Google 


This  is  a  digital  copy  of  a  book  that  was  preserved  for  generations  on  library  shelves  before  it  was  carefully  scanned  by  Google  as  part  of  a  project 

to  make  the  world's  books  discoverable  online. 

It  has  survived  long  enough  for  the  copyright  to  expire  and  the  book  to  enter  the  public  domain.  A  public  domain  book  is  one  that  was  never  subject 

to  copyright  or  whose  legal  copyright  term  has  expired.  Whether  a  book  is  in  the  public  domain  may  vary  country  to  country.  Public  domain  books 

are  our  gateways  to  the  past,  representing  a  wealth  of  history,  culture  and  knowledge  that's  often  difficult  to  discover. 

Marks,  notations  and  other  maiginalia  present  in  the  original  volume  will  appear  in  this  file  -  a  reminder  of  this  book's  long  journey  from  the 

publisher  to  a  library  and  finally  to  you. 

Usage  guidelines 

Google  is  proud  to  partner  with  libraries  to  digitize  public  domain  materials  and  make  them  widely  accessible.  Public  domain  books  belong  to  the 
public  and  we  are  merely  their  custodians.  Nevertheless,  this  work  is  expensive,  so  in  order  to  keep  providing  tliis  resource,  we  liave  taken  steps  to 
prevent  abuse  by  commercial  parties,  including  placing  technical  restrictions  on  automated  querying. 
We  also  ask  that  you: 

+  Make  non-commercial  use  of  the  files  We  designed  Google  Book  Search  for  use  by  individuals,  and  we  request  that  you  use  these  files  for 
personal,  non-commercial  purposes. 

+  Refrain  fivm  automated  querying  Do  not  send  automated  queries  of  any  sort  to  Google's  system:  If  you  are  conducting  research  on  machine 
translation,  optical  character  recognition  or  other  areas  where  access  to  a  large  amount  of  text  is  helpful,  please  contact  us.  We  encourage  the 
use  of  public  domain  materials  for  these  purposes  and  may  be  able  to  help. 

+  Maintain  attributionTht  GoogXt  "watermark"  you  see  on  each  file  is  essential  for  in  forming  people  about  this  project  and  helping  them  find 
additional  materials  through  Google  Book  Search.  Please  do  not  remove  it. 

+  Keep  it  legal  Whatever  your  use,  remember  that  you  are  responsible  for  ensuring  that  what  you  are  doing  is  legal.  Do  not  assume  that  just 
because  we  believe  a  book  is  in  the  public  domain  for  users  in  the  United  States,  that  the  work  is  also  in  the  public  domain  for  users  in  other 
countries.  Whether  a  book  is  still  in  copyright  varies  from  country  to  country,  and  we  can't  offer  guidance  on  whether  any  specific  use  of 
any  specific  book  is  allowed.  Please  do  not  assume  that  a  book's  appearance  in  Google  Book  Search  means  it  can  be  used  in  any  manner 
anywhere  in  the  world.  Copyright  infringement  liabili^  can  be  quite  severe. 

About  Google  Book  Search 

Google's  mission  is  to  organize  the  world's  information  and  to  make  it  universally  accessible  and  useful.   Google  Book  Search  helps  readers 
discover  the  world's  books  while  helping  authors  and  publishers  reach  new  audiences.  You  can  search  through  the  full  text  of  this  book  on  the  web 

at|http: //books  .google  .com/I 


D.qil.zMBlG001^le 


I 


trot.  E.E.  fillard 


D.qil.zMBlG001^le 


MBiGooi^le 


PYROMETRY 

THE  PAPERS  AND  DISCUSSION 

OF  A 

SYMPOSIUM  ON  PYROMETRY 

HELD  BY  THE3 

AMERICAN  INSTITUTE  OF 
Mining  a»d  Metallurgical,  Engineers 

AT  ITS  CHICAGO  MEETING,  SEPTEMBER,  1919, 

IN  COOPEBATION   WITH   THE 

NATIONAL  RESEARCH  COUNCn> 

AND  THK 

NATIONAL  BIREAU  OP  STANDARDS 


NEW  YORK  CITY 
PUBLISHED    BY    THE    INSTITUTE 

AT  THE  OFFICE  OF  THE   SECRETAHY 
1920 


MBiGooi^le 


D.qit.zeaOvGoOt^lc 


PREFACE 


At  the  Chicago  Meeting  of  the  loBtitute,  September,  I9Id,  there 
was  held  a  Symposium  on  Pyrometry  which  brought  out  a  collection  of 
papers  and  the  correlative  diecuseion  which  marked  an  epoch  in  this 
branch  of  metallurgical  technique.  To  preserve  to  the  profession  at 
lai^e  as  well  as  to  our  own  members  this  unique  literature  on  this  subject, 
which  heretofore  has  been  distinguished  by  its  paucity,  is  the  object 
of  this  volimie. 

Both  the  National  Research  Council  and  the  Nationar  Bureau  of 
Standards  co6perated  with  the  Institute  in  this  symposium.  The 
Pyrometer  Committee  of  the  Council  was  formed  for  the  specific  purpose 
of  executing  certain  experimental  operations  which  are  very  properly 
described  in  the  report  of  the  Pyrometer  Committee.  Before  the  founda- 
tion of  the  Pyrometer  Committee  the  National  Bureau  of  Standards 
contemplated  organizing  a  symposium  on  this  subject  and  went  so  far 
as  to  complete  a  working  organization  to  that  end.  Members  of  the 
Bureau  of  Standards  contributed  one-third  of  the  total  number  of  papers 
in  this  volume. 

So  the  codperation  between  the  Institute  and  these  two  national 
bodies  has  been  harmonious  and  complete  and  has  resulted  in  covering 
the  subject  with  a  degree  of  fullness  and  finality  seldom  achieved  in 
technical  publication. 

These  papers  have  all  been  pubhshed  in  the  monthly  Bulletin,  but 
will  not  be  included  in  the  Transactions  of  the  Institute. 
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Report  of  Pyrometer  Committee  of  Natioiul  Research  Council 


BT    QBOItaB   K.   BDROESa,* 

(Chicago  Mtwtini,  Septcmbar,  IBIS) 

The  Pyrometer  Committee  waa  formed  Sept.  20, 1918,  at  the  sugges- 
tion of  Dr.  H.  M.  Howe,  Chairman  of  the  Engineering  Division  of  the 
Research  Council,  for  the  purpose  of  developing  a  pyrometric  method 
suitable  for  open-hearth  steel  practice  so  that  the  effects  of  temperature 
in  the  various  stages  of  the  processes  of  steel  making  might  be  correlated 
quantitatively  with  the  other  factors  infiuencing  the  production  of  sound 
steel.     As  finally  constituted  the  Committee  consists  of: 

Dr.  George  K.  Burgess,  Chief  Division  of  Metallurgy,  Bureau  of 
Standards,  Chairman. 

Dr.  Paul  D.  Foote,  Chief  of  Pyrometry  Section,  Bureau  of  Standards, 
Secretary. 

Dr.  H.  M.  Howe,  Chairman  Engineering  Division,  National  Research 
Council,  ex  offi^o. 

Prof.  G.  H.  Clevei^er,  Chairman  Metallurgical  Section,  National 
Research  Council,  ex  officio. 

Mr.  F.  E.  Bash,  Leeds  &  Northrup  Co.,  Philadelphia,  Pa. 

Mr.  R.  P.  Brown,  The  Brown  Instrument  Co.,  Philadelphia,  Pa. 

Prof,  G.  H.  Brown,  Rutgers  College,  New  Brunswick,  N.  J. 

Mr.  R.  C.  Driuker,  metallurgical  engineer,  Boston,  Mass. 

Dr.  W.  E.  Forsythe,  Nela  Research  Laboratory,  Cleveland,  Ohio. 

Mr.  J.  T.  Hall,  Taylor-Wharton  Iron  &  Steel  Co.,  High  Bridge, 
N.J. 

Mr.  J.  S.  McDowell,  Hwbison-Walker  Refractories  Co.,  Pittsburgh, 
Pa. 

Mr.  Malcobn  McNaughton,  Joseph  Dixon  Crucible  Co.,  Jersey  City, 
N.J. 

Mr.  A.  H.  Miller,  Midvale  Steel  Co.,  Philadelphia,  Pa. 

Mr.  F.  E.  Walduck  (since  deceased).  The  Norton  Co.,  Worcester, 
Mass. 

The  Committee  has  held  frequent  meetings  and  has  carried  out  an 
extensive  program  of  experimental  work  by  means  of  sub-committees; 
in  the  execution  of  which  the  Committee  has  been  aided  greatly  not  only 


*  Chairman  of  the  Committee. 


iiyGoot^lc 


4  BEPORT   OF   FTBOHETEB   COHUITTEE 

by  tbe  manufacturing  companies  of  instruments,  refractories,  and  steel 
with  which  the  members  are  severally  associated,  but  also  by  help  and 
offers  of  facilities  from  several  other  companies. 

In  addition  to  the  experimental  work  carried  out  by  the  Committee, 
it  was  decided  to  hold  a  symposium  on  pyrometry,  and  the  Secretary, 
Dr.  Foote,  assisted  by  Dr.  Forsythe,  has  had  signal  succesa  in  collecting 
an  admirable  series  of  monographs  covering  both  the  theoretical  aspects 
of  the  subject  and  the  applications  of  pyrometry  to  many  industrial 
operations.  The  American  Institute  of  Mining  and  Metallurgical 
Engineers  has  accepted  the  invitation  to  publish  these  papers  and  provide 
a  forum  for  their  discussion. 

The  report  of  the  Committee  would  not  be  complete  without  this  list 
of  titles: 

Temperature,  by  J.  8.  Aues. 

Standard  Scale  of  Temperatuie,  by  C.  W.  Waidnkr,  E.  F.  Mcelleb  and  Faitl  D. 

Foote. 
Metals  for  Pyrometer  Standardisation,  by  C.  W.  Watoneb  sad  Geo.  K  Buboesb. 
Fundamental  Laws  of  Pyrometry,  by  C.  E.  Mendenhall. 

Thermoelectrio  Pyrometry,  by  Paul  D.  Foote,  T.  R.  Harrison  and  C.  0,  Faibcbilu. 
Fotentiometeie  for  Thermoelement  Work,  by  Walter  P.  White. 
Self-^beckii^  Galvanometer  Pyrometer,  by  H.  F.  Pobteb, 

Some  Factors  AAecting  Usefulness  of  Base-metal  Thermocouples,  by  0.  L.  Kowalkb. 
Tables   and    Curvea  for  Use   in    Measuring   Temperatures  with  Thermocoupels. 

by  L.  H.  Adams.' 
Reference  Standard  for  Base-metal  Thermocouples,  by  N.  E,  Bonn. 
Alloya  Suitable  for  Thermocouplee  and  Base-metal  Thermoelectric  Practice,  by  J.  M. 

Recent  Improvements  in  Pyrometry,  by  R.  P.  Brown. 

Automatic  Compensation  for  Cold-junction  Temperatures  of  Thermocouple  Pyro- 
meters, by  F,  WuNscH. 

A  Hot-wire  Anemometer  with  Thermocouple,  by  T.  S.  Taylor. 

Porcelain  for  Pyrometric  Purposes,  by  F.  H.  Ridole. 

Pyrometer  Porcelains  and  Refractories,  by  R.  W.  Newcomb. 

iS-roraeter  Protection  Tubes,  by  F.  A,   Habvbt. 

Protecting  Tubes  for  Thermocouples,  by  R.  B,  LiNcotJJ, 

Melting  Point  of  Refractory  Materials,  by  Leo  I.  Dana. 

High  Temperature  Scale  and  its  AppUcation  in  Meaaurement  of  True,  Brightnesa 
and  Color  Temperature,  by  Edward  P.  Hyde. 

Theory  and  Accuracy  in  Optical  I^ometry  with  Particular  Reference  to  the  Disap- 
pearing-filament  Type,  by  W.  E.  Forsithe. 

Optical  and  Radiation  Pyrometry,  by  Pacl  D,  Foote  and  CO.  Faibcbilii. 

Industrial  Applications  of  Disappearing- filament  Optical  Pyrometer,  by  F.  £.  Bash. 

Use  of  Optictd  Pyrometers  for  Control  of  Optical-glaas  Furnaces,  by  C.  N.  Fennkb. 

Emissive  Powers  and  Temperatures  of  Non-black  Bodies,  by  A.  G.  WoRTHiNa. 

Recording  Thermocouple  Pyrometers,  by  Leo  Bebr. 
•    Recording  Pyrometry,  by  C.  O.  Faircbild  and  pAm,  D.  Foote. 
■r  High-temperature  Control,  by  C.  O.  Fairchild  and  Paul  D.  Foote. 

ResiBtance  Thermometry,  by  F.  W.  Robinbon. 

Tin,  an  Ideal  Pyrometric  Material,  by  E.  F.  Northkup. 
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a  Thennometry  for  Indtiatrial  Use,  by  Chables  P.  Fret. 
Thermocouple  InatalUtion  in  AnnealiiiB  Kilos  (or  Optical  Glass,  by  £.  D.  Wiluau- 

SOM  and  H.  8.  R(»brts. 
Annaaliiig  of  Glass,  by  A.  Q.  Tool  and  J.  Vai^sek. 
Pynunetry  Applied  to  Bottle^lass  Manufacture,  by  R.  L.  Frinx. 
Pyrometry  in  the  Manufacture  of  Optical  Glass,  by  Albkbt  J.  Walcott, 
t^rometry  aa  Applied  to  the  Manufacture  of  Optical  Glass,  by  Cabl  W.  Keuffel. 
I^Tometer  Shortcomings  in  Glas»-houBe  Practice,  by  W.  M.  Clabk  and  Charles  D. 

Spkncer. 
Some  Tliennal  Relations  in  the  Treatment  of  Steel,  by  C.  F.  Brush.  , 
Forging  Temperatures  and  Rate  of  Heating  and  Cooling  of  Large  Ingots,  by  F.  E. 

Pyrometry  and  Steel  Manufacture,  by  A..  H.  Miller.  ^ 

Pyrometry  in  Blast--fumace  Woik,  by  P.  H.  Rotbteb  and  T.  L.  Joseph,    I't 

Electric,  Open-hearth  and  Bessemer  Steel  Temperatures,  by  F.  E.  Bash. 

Pyrometry  in  the  Tool-manufacturing  Industry,  by  J.  V.  Emmons. 

I^Tometry  in  the  Manufacture  of  Clay  Wares,  by  F.  K.  Pbnci. 

Api^ation  of  Pyrometry  to  the  Manufacture  of  Gas-mask  Carbon,  by  K.  Marsh. 

Api^ation  of  Pyrometry  to  the  Ceramic  Industries,  by  C.  B.  Thwino. 

Pyrometry  in  Rotary  Portland  Cement  Kilne,  by  Leo  I.  Dana  and  C  0.  Faircbild. 

I^rometry  in  the  Ceramic  Industry,  by  John  P.  Gosben. 

Temperatures  of  Incandescent-lamp  Filaments,  by  Befu.  E.  Shackeltord. 

Temperature  Measurements  of  Incandescent  Gas  Mantles,  by  H.  E.  Ives. 

Application  of  Pyrometry  to  Problems  of  Lamp  Design  and  Performance,  by  I.  H. 

Van  Horn. 
Use  (rf  Modified  Roaenhain  Furnace  for  Thermal  Analysis,  by  H.  Scott  and  1.  R, 

Freeman,  Jr. 
High-tomperature  Thermometers,  by  R.  M.  Wilhelm. 
Temperature  of  a  Burning  Cigar,  by  T.  S.  Slioh  and  H.  R.  Kratbill. 
Teaching  Pyrometry  in  our  Technical  Schools,  by  Georoe  V.  Wendell. 
Teaching  Pyrometry  in  Technical  Schools,  by  C.  B.  MgndekbalL- 
Teaohinf  Pyrometry,  by  O.  L.  Kovalke. 
Present  Status  of  Radiation  Constants,  by  W.  W.  Coblente. 
Pyromettt  Protection  Tubes,  by  Otis  Hutchins. 

Two  previous  aymposia  on  pyrometry  may  be  noted,  that  held  by  the 
Iron  and  Steel  Institute  of  Great  Britain  in  1904,  and  the  recent  much 
more  pretentious  one,  giving  an  excellent  picture  of  the  present  industrial 
flituatioQ  of  pyrometry  in  England  (although  there  were  also  several 
American  contributions),  held  under  the  auspices  of  the  Faraday  Society 
on  Nov.  7, 1917.' 

It  may  be  of  interest,  in  order  to  put  the  experimental  work  of  the 
Committee  in  its  proper  perspective,  to  mention  briefiy  the  papers  relating 
to  open-hearth  furnace  practice  and  conclusions  reached  by  the  sympo- 
sium of  the  Faraday  Society.  These  papers  were:  1.  Determination  of 
the  Temperature  of  Liquid  Steel  Under  Industrial  Conditions,  by  Mr. 
Cosmo  Johns.  2.  Notes  on  Pyrometry  from  the  Standpoint  of  Ferrous 
Metallu^Or,  by  Dr.  W.  H.  Hatfield.     3.  Applications  of  Optical  Pyro^ 


'  Tron*.  Faraday  Soo.  (1918)  18,  pt.  8. 

liqit-'CdlyGOOt^lC 


6  BEPOBT  OF  PTBOUETBB  COHUITTBE 

metry  in  Sted  Works  Practice,  by  Mr.  J.  Neill  Greenwood.  4.  Tonpera- 
ture  Determinationa  of  Liquid  Steel,  by  Dr.  A.  McCance. 

In  the  main,  the  authors  of  these  papers  confirmed  the  results  and 
sustained  the  conclusions  of  the  investigations  published  by  the  Chairman 
of  this  Committee  in  May,  1917.*  No  new  methods  were  experimented 
with  by  these  authors  nor  new  principles  au^ested,  although  there  were 
developed  several  important  details  of  technique,  particularly  by  Messrs. 
Johns  and  Greenwood. 

From  all  these  researches  it  appears  fair  to  conclude  that  the  problem 
of  measurement  of  the  temperature  of  metal  streams  or  running  clean 
surfaces  of  liquid  steel,  has  been  adequately  solved.  It  is  also  of  interest 
to  note  that  all  the  above  observers  agree  that  the  most  suitable  type  of 
pyrometer  for  this  purpose  is  the  optical,  or  to  quote  Mr.  Johns: 

"The  most  suitable  instrument  is  an  optical  pyrometer  using  mono- 
chromatic %ht  X  =  0.65;t,  which  it  is  si^ested  should  be  adopted  as  a 
standard.  It  should  have  a  scale  that  can  be  read,  under  industrial  condi- 
tions, to  2°  C.    The  observer  should  be  able  to  read  to  ±5*  C." 

The  situation  as  r^ards  the  exploration  of  the  temperature  distri- 
bution within  the  open-hearth  furnace  and  metal  bath  is,  however,  far 
from  being  satisfactory,  and  the  Pyrometer  Committee  decided,  at  ita 
first  meeting,  to  concentrate  its  endeavors  mainly  on  this,  the  most 
important  and  most  difficult  phase  of  the  problem;  for  it  is  in  the  fur- 
nace that  the  steel  is  made  and  the  reactions  are  all  functions  of  the 
temperature. 

Previous  investigations  had  shown  some  of  the  difficulties  to  be  over- 
come: mechanical,  metallurgical  and  thermal.  The  pyrometer  itself 
is  the  least  of  these.  The  greatest  is  a  r^ractory  that  has  the  requisite 
mechanical,  chemical  and  thermal  properties;  it  must  be  robust  enoi^, 
when  hot  and  cold,  to  withstand  abuse;  it  must  withstand  the  cor- 
rosive action  of  basic  and  acid  slags,  flames,  hot  gases  and  liquid  steel; 
be  non-porous  and  not  give  off  fumes,  smoke,  or  water  vapor  when  heated ; 
it  must  not  crack  on  sudden  heating  or  cooling  and  must  be  able  to  with- 
stand a  temperature  of  nearly  1700°  C. ;  and  finally  it  must  be  capable  of 
being  manufactured  into  closed-end  tubes  of  convenient  size  with  a  thick- 
ness of  wall  not  too  great,  norof  too  low  thermal  conductivity,  to  allow  the 
interior  to  assume  rapidly  the  temperature  of  the  region  into  which  it 
is  thrust.  It  is  no  reflection  on  the  ability  of  the  members  of  the  sub- 
committee charged  with  this  problem  to  say  they  are  still  looking  for  a 
suitable  refractory.  When  such  is  found  the  question  of  the  pyrometer 
to  use  will  answer  itself. 

The  problem  of  determining  open-hearth  furnace  temperatures,  from 

■  George  K.  Bui^ess:  Temperature  Measurements  im  BesBemei  and  Open-hearth 
Practice,  Tech.  Paper  91,  U.  S.  Bureau  of  Standards.  Also  published  in  condensed 
form  in  Tram.  (1817)  68,  432. 
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the  point  of  view  of  measuremeiit,  appears  to  have  two  aspecte  simi- 
lar to  other  cases  often  occurring  in  the  application  of  methods  of 
measurement:  ^ 

1.  A  primary  method  must  be  devised  which  will  give  temperatures 
directly;  such  a  method  may,  however,  not  be  practicable  for  other  than 
calibration  purposes. 

2.  A  secondary  method  may  be  used  in  practical  temperature  control 
of  the  operations;  such  a  secondary  method  may  be  quite  indirect  in  its 
operation  and  must  be  standardized  by  comparison  with  the  primary. 

It  would,  of  course,  be  desirable  if  the  primary  method  might  also 
be  used  as  the  practical  control  method  in  the  operation  of  the  open- 
hearth  furnace. 

Ao  illustration  of  a  primary  method  for  open-hearth  temperatures 
would  be  a  suitable  closed-end  tube  thrust  into  the  bath  to  the  desired 
depths,  the  temperature  of  the  inside  end  of  the  tube  being  measured 
by  any  suitable  pyrometer  as  optical  or  thermoelectric.  Practically, 
it  hae  not  yet  been  found  possible  to  devise  such  a  satisfactory  outfit  of 
sufficient  permanence  to  remain  intact  in  thebathasufEcient  time  to  make 
this  a  practical  control  method.  As  illustrations  of  possible  secondary 
methods  may  be  mentioned  that  of  removing  a  spoonful  of  metal  and 
estimating  the  temperature  of  the  bath  from  observatioDB,  either  thermo- 
electric or  optical,  in  the  metal  spooqed  out;  this  has  been  modified  by 
Mr.  Drinker  and  its  use  will  be  discussed  later.  Another  secondary  method 
would  be  to  insert  a  pyrometer  tube  in  the  furnace  lining  and  determine 
the  relation  of  the  temperature  of  bath  to  that  of  the  end  of  the  tube;  in 
this  case,  however,  due  to  time  lag  of  temperature,  it  would  be  difficult,  if 
not  impossible,  to  realize  a  practical  control. 

One  plan  suggested,  which  it  was  hoped  might  serve  as  both  primary 
and  secondary  method,  was  to  insert  vertically  through  the  roof  of  the 
open  hearth  a  closed-end  refractory  tube  which  could  be  lowered  into 
the  bath,  and  also  capable  of  being  raised  free  from  it  so  as  to  diminish 
deterioration  and  avoid  breakage  while  charging  the  furnace.  No  steel 
maker  appeared  to  want  to  take  the  responsibility  of  breaking  through 
the  roof  in  this  way,  and  our  subsequent  experience  with  refractory  tubes 
showed  this  idea  to  be  somewhat  premature.  Similar  objection  would 
apply  to  the  permanent  installation  of  a  tube  thrust  diagonally  into  the 
furnace  as  illustrated  by  Greenwood." 

EXPBHIMBNTB  WiTH  THE  DrINKER  MBTHOD 

The  method  si^ested  by  Mr.  R.  C.  Drinker  for  determining  the 
temperature  of  the  metal  bath  in  the  open-hearth  furnace  is  a  modifica- 
tion »rf  the  "spoon"  method  described  in  recA.Poper  91.    This  method, 
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which  resembles  taking  a  fracture  test,  seemed  to  warrant  the  systematic 
study  which  was  given  it  by  a  sub-committee  consisting  of  Messrs.  Burgess, 
Bash,  R.  P.  Brown,  Drinker  and  Miller. 

In  the  form  used  by  the  Committee,  and  as  constructed  by  the  Brown 
Instrument  Co.,  the  Drinker  molten  metal  pyrometer  is  illustrated  in 
Fig.  1 ;  a  millivoltmeter  connected  to  F  with  copper  leads  of  any  conven- 
ient length  completes  the  outfit.  Theoretically,  the  operation  of  this 
apparatus  is  extremely  simple  and  consists  in  transferring  metal  from  the 
open-hearth  bath  in  a  spoon  and  filling  the  crucible  D,  containii^  about 
2  lb.,  to  its  lip,  while  taking  readings  of  time  and  of  the  millivoltmeter 
until  a  maximum  is  reach^,  from  which  data  the  temperature  of  the 
metal  in  the  furnace  may  be  estimated.    To  empty  the  metal  from  the 


Fid.  1. — Drinker  molten  metal  pyboueteb.  A,  metal  shield  for  thermo- 
couple; B,  PLATINUM  thermocouple;  C,  tbbrmocouflb  insulator  of  alunduu; 
D,  CRUCIBLE  or  btebl;  E,  crucible  support;  F,  thermocouple  connections. 

crucible,  it  is  lifted  from  the  support  E  and  treated  as  is  a  fracture  test 
mold ;  the  metal  shield  A  is  removed  with  the  metal  and  has  to  be  replaced ; 
the  crucible  is  then  chilled  in  water  and  reset  on  its  support,  and  the 
apparatus  is  ready  for  second  determination. 

In  practice,  there  are  many  factors  that  conspire  to  render  reading 
uncertain.  Some  of  the  variables  that  it  is  necessary  to  control  or  stand- 
ardize are : 

1.  A  standard-si^ed  spoon  must  be  adopted  of  exactly  the  same  di- 
mensions for  all  tests. 

2.  The  spoon  before  each  test  must  be  cooled  to  atmospheric  tempera- 
ture. 

3.  The  spoon  must  be  full  of  metal  in  each  instance. 
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4.  The  man  who  skima  the  spoon  must  do  this  in  one  effort  and  with- 
out skimming  below  an  inch  or  two  of  the  surface. 

5.  The  time  interval  between  the  removal  of  the  metal  from  the  bath 
and  pouring  into  the  crucible  must  be  accurately  measured  and  repro- 
duced.     Pouring  must  occur  at  a  uniform  rate  into  the  crucible. 

6.  The  crucible  must  be  cooled  to  atmospheric  temperature  before 
each  test. 

In  practice  it  seems  almost  impossible  to  have  all  these  points  carried 
out  properly,  although  it  is  possible  that  if  the  instrument  should  be 
generally  adopted  and  the  men  become  familiar  with  its  use,  these  opera- 
tions might  be  performed  correctly,  but  it  is  difficult  to  get  the  necessary 
inteUigent  and  adequate  cooperation  of  the  furnace  helpers.  Of  course  it 
is  also  evident  that  the  dimensious  and  relative  positions  of  the  crucible 
parts  and  thermocouple  accessories,  particularly  of  A,  B,  and  C,  must  be 
invariable,  otherwise  a  standard  practice  cannot  be  set  up  and  maintained. 

TablesI,2,and38howthree8erieBobtainedbythe8ub-committeeusing 
the  Drinker  method,  and  it  will  be  noted  that,  although  every  effort  was 
made  to  develop  a  uniform  practice,  there  are  many  serious  discrepancies 
among  the  observations  which  were  also  checked  by  observations  taken 
with  an  optical  pyrometer  sighting  on  the  metal  stream  as  it  was  being 
poured  into  the  crucible.  It  is  evident  from  the  table  that  the  optical 
readings  are  much  more  satisfactory  than  the  others.  Another  variable 
of  unexpected  magnitude,  the  quantitative  effect  of  which  has  not  been 
worked  out,  is  the  variation  in  weight  of  the  metal  filling  the  crucible 
as  dependent  upon  tJie  state  of  the  bath;  this  is  undoubtedly  associated 
with  the  gas  content  of  the  steel. 

The  temperatures  given  by  the  Drinker  method  in  the  coluom  marked 
"maximum"  in  the  tables  cannot,  of  course,  be  true  temperatures  of  the 
metal  in  the  furnace;  it  would  be  necessary,  as  previously  stated,  to 
calibrate  any  given  apparatus  and  practice.  The  order  of  correction  to 
apply  to  such  readings  is  shown  by  a  comparison  of  this  column  with  that 
of  the  optical  pyrometer  readings  (which  are  corrected  for  emisBivity  using 
«  =  0.40,  see  Table  4)  for  this  pyrometer  sighted  on  the  metal  stream, 
which  also  are  low. 

The  Committee  is  forced  to  the  conclusion  that  the  Drinker  method, 
as  above  described,  which  gave  promise  of  reliability  and  looked  particu- 
larly attractive  in  that  its  manipulation  was  almost  identical  with  an 
operation  familiar  to  the  furnace  man,  is  nevertheless  not  suited  for 
measurements  exact  to  10"  C.  or  20"  C,  an  accuracy  that  is  required  and, 
moreover,  can  be  obtained  by  use  of  the  optical  pyrometer, 
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EbcPERIUENTB  WITH  ReFBACTOBT  TDBES  AND  OPTICAL  pTBOUBTEB 

Dr.  Howe,  at  the  first  meeting  of  the  Committee,  called  attention 
to  tile  fact  that  in  the  fireclay  insulator,  with  its  graphite  tip  and  re- 
enforcing  iron  core,  of  the  ladle  stopper  used  for  years  in  steel  teeming, 
we  have  the  pOBsibilities  of  a  protective  sheath  for  a  pyrometer  in  the 
open  hearth.  With  this  idea  aa  a  basis,  an  extended  series  of  experiments 
has  been  carried  out,  mainly  by  a  sub-committee  consisting  of  Messrs. 
Bash  and  Miller  assisted  part  of  the  time  by  Messrs.  Burgess  and 
Forsythe. 

The  reports  of  this  sub-committee  follow,  and  for  convenience  in 
interpreting  the  results  obtained  with  the  optical  pyrometer,  there  is 
here  included  the  table  of  corrections  for  emissivtty  as  given  in  Tech. 
Paper  91,  to  which  has  been  added  a  corresponding  table  in  Fahrenheit 
degrees.  All  the  optical-pyrometer  readings,  unless  otherwise  indicated, 
have  been  corrected  for  emissivity.  It  will  be  recalled  that  for  liquid 
steel  e  =  0.40  and  the  value  of  e  for  liquid  slag  is  about  0.65,  both  for  a 
pyrometer  using  light  or  wave  length  X  =  O.Q5it. 

TABI.E  4. — Corrections  to  Add  to  Temperature  Readings  /or  Emissivity 
Pyrometer  using  red  light,  wave-length  X  —  Q.SSn,  at  observed  tempenturee. 
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FiBST  Report  of  SiiB-coinuiTEB  on  Open-heabth  PTBoifBrrTB 

After  talking  the  matter  over  with  steel  metallurgists  and  open-hearth 
en,  it  was  decided  to  be  impracticable  to  try  to  put  the  pyrometer  tube 
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through  the  roof  of  the  open-hearth  furnace  for  the  reasons  that  it  would 
tend  to  weaken  the  roof,  the  temperature  above  the  roof  would  be  too 
high  for  men  to  work  and  observations  to  be  made  and  the  risk  of  the 
roof  fallii^  in  at  any  time  would  make  the 
work  very  dangerous.  Also,  it  would  mean 
some  sort  of  mirror  in  the  pyrometer  tube  and 
this  could  be  done  away  with  if  the  tube  were 
put  in  from  the  side. 

It  was  decided  not  to  use  wrought-iron 
pipe,  as  it  could  not  be  obtained  in  the  size 
wanted  and,  if  it  got  hot  enough  through  the 
clay  Bleeves,  the  tube  would  sag  whether  made 
of  wrought  iron  or  steel.  For  this  reason, 
drawn-steel  pipes  2}i  iu-  (5-7  cm.)  outside 
diameter  were  used,  each  being  about  11  ft. 
(3.4  m.)  long.  The  graphite  tip  was  made 
as  per  specifications  as  shown  in  Figs.  2  and  3. 
While  the  pyrometer  tube  and  tip  were 
originally  designed  for  5^-in.  (14  cm.)  clay 
sleeves,  it  was  decided  to  try  4H-iu-  (H  cm.) 
sleeves  as  well  in  a  preliminary  test  as  they 
would  make  a  considerably  lighter  tube, 
which  is  very  desirable. 

For  a  preliminary  test,  two  -pyrometer 
tubes  were  made  up,  one  with  4^-in.  sleeves 
and  one  with  53^-in.  sleeves.  To  fasten  the 
graphite  tip,  which  had  a  bayonet  joint,  to 
the  11-ft.  drawn-steel  pipe,  an  iron  sleeve  was  made  which  would  fit  over 
the  pipe  and  which  had  two  lugs  on  it  to  fit  the  graphite  tip.  This  sleeve 
was  welded  to  the  pipe  and  the  tip  fitted  in  place.    The  clay  sleeves 


Fio.  2. — Refractobt  tube 

FOB    TAKINQ    BT£EL    TEUPERA- 
TURBS. 


Fia.  3. — Abranoekent  or  tube  for  taxing  steel  tbuperatdbxb.  1.  Wrought- 
iron  TUBE  2^-2H  IN.  OUTSIDE  diaueter;  2.  Cerakic  blebve;  3.  WBoOaBT- 
IRON  SING  TO  support  bixevz;  4.  CiuiT  OR  cekent;  6.  Wbouoht-ibon  luos  1  in. 
votta;  8.  Graphite  tube;  7.  Weld  to  w.i.  pipe. 

were  then  sUpped  on,  the  joint  between  the  tip  and  the  bottom  sleeve 
being  filled  with  asbestos  rope  and  clay. 

In  order  to  handle  the  tube  at  the  furnace,  an  iron  sleeve  with  a  ring 
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attached  was  slipped  over  the  outside  of  the  tube  to  a  point  about  8  ft. 
from  the  tip.  A  crane  hook  could  be  attached  to  this  ring  and  the  tube 
manipulated.  For  counterbalancing  the  tube,  another  ring  was  at- 
tached at  the  open  end  of  the  tube  from  which  heavy  chain  links  could 
be  hung. 

After  the  .two  tubes  were  made  up,  they  were  thoroughly  dried,  and, 
just  before  using,  the  tips  were  heated  in  a  blacksmith's  forge  fire.  It 
was  decided  to  try  the  tube  with  the  4J'^-in.  sleeves  first,  so  it  was  counter- 
balanced and  put  directly  into  a  7S-T.  acid  open-hearth  furnace.  The 
tube  was  put  through  the  door  about  7  ft.  and  the  opening  covered  with 
corrugated  iron  to  protect  the  observers.  Considerable  smoke  was 
tormLng  in  the  tube,  so  a  ^-in.  iron  pipe  connected  to  an  air  hose  was 
pushed  down  the  pyrometer  tube  and  the  smoke  blown  out;  it  reformed 
quite  rapidly,  however,  so  that  to  make  an  observation  with  the  optical 
pyrometer,  the  air  pipe  was  quickly  withdrawn,  and  a  quick  reading 
made.  This  procedure  was  repeated  a  number  of  times,  but  the  tem- 
perature read  is  questionable.  , 
After  the  tube  had  been  in  the  furnace  14  min.,  it  was  withdrawn  and 
found  to  be  in  good  condition  and  straight.  It  was  laid  on  the  fioor  and 
covered  with  sand  to  keep  it  from  cooling  too  rapidly. 

The  tube  with  the  53^-in.  sleeves  was  not  tried,  as  the  end  joint  was 
not  in  good  shape  and  we  did  not  consider  it  necessary  to  try  it  after  the 
.  result  with  the  smaller  sleeves,  which  are  not  so  bulky  and  therefore  easier 
to  handle  and  more  satisfactory. 

After  about  2  hr.,  the  tube  which  had  already  had  one  trial,  which 
we  will  designate  as  No.  1,  was  dug  out  of  the  sand  for  another  test. 
This  time  a  j^-in.  iron  pipe  was  put  inside  the  pyrometer  tube  and  left 
in  to  be  used  in  blowing  out  any  smoke  that  might  form.  To  do  this,  an 
air  hose  was  held  at  intervals  to  the  outside  end  of  the  pipe  and  the  smoke 
cleared  from  the  tube.  This  time  the  tube  was  left  in  the  furnace  15 
min.  and  a  reading  could  be  easily  made  as  the  smoke  was  kept  clear. 
The  tip  appeared  to  come  up  to  temperature  in  from  6  to  8  min.  Di- 
rectly after  the  tube  was  withdrawn  from  the  furnace,  the  foxu"  or  five 
clay  sleeves  on  the  hot  end  split  lengthwise  and  dropped  off,  although 
the  pipe  remained  straight.  The  reason  for  the  sphtting  is  probably  as 
follows:  The  clay  sleeves  fitted  very  snugly  on  the  steel  pipe  and  when  the 
tube  was  put  in  the  furnace,  the  sleeves  heated  up  and  expanded  but  the 
heat  did  not  penetrate  to  the  steel  tube.  When  the  tube  was  covered 
with  sand  and  allowed  to  lie  covered  for  a  few  hours,  the  heat  was 
equalized  between  the  clay  sleeves  and'  the  steel  pipe.  On  putting  the 
tube  into  the  furnace  the  second  time,  the  steel  tube  became  much  hotter 
than  at  first  and  expanded  enough  to  split  the  sleeves.  The  remedy 
would  be  to  have  a  slightly  latter  internal  diameter  for  the  clay 
sleeves. 
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The  graphite  tip  of  tube  No.  1  was  removed  and  found  to  be  in 
good  condition  except  for  a  few  small  cracks  near  the  top. 

It  was  thought  possible  that  the  source  of  the  smoke  in  the  tube  was 
due  to  the  asbestos  rope  in  the  joint  next  to  the  tip  so  two  more  tubes  were 
prepared  which  we  will  designate  as  No.  3  and  No.  4.  No.  3  tube  was 
made  up  In  the  same  manner  as  No.  1  except  that  the  joints  were  made 
without  any  asbestos  and  sodium  eihcate  mixed  with  clay  was  used.  No. 
4  was  the  same  as  No.  3  but  had  clay  only  at  the  joints. 

No.  3  and  No.  4  tubes  were  made  up  and  dried  in  the  usual  way  and 
then  subjected  to  a  temperature  of  1000"  E.  (638°  C.)  for  1  hr.  to  drive  off 
any  remaining  volatile  matter.  Before  being  put  into  the  furnace,  the 
tubes  were  rested  on  a  stand  in  front  of  the  open-hearth  door  and  the 
tip  pushed  against  the  open  peephole.  This  brought  it  to  a  red  heat 
in  a  few  minutes.  A  J^-in.  (3.2  mm.)  iron  pipe  waf^  prepared  to  be  used 
in  blowing  out  smoke  from  the  pyrometer  tubes.  This,  being  smaller 
than  the  ^-in.  pipe,  did  not  obstruct  the  view  down  the  tube  so  much. 
No.  3  tube  was  put  into  the  furnace  and  left  in  19  min.,  a  number  of 
readings  being  made  during  that  time.  The  tube  sagged  slightly  and 
smoke  collected  as  badly  as  in  No.  1  and  had  to  be  blown  out. 

No.  4  tube  was  put  into  the  furnace  right  after  No.  3  was  withdrawn 
and  left  in  14  min.,  without  sagging.  Smoke  also  formed  in  this  tube, 
but  by  blowing  it  out  at  intervals,  readings  could  be  made  with  ease. 
Slight  explosions  would  occur  in  the  tube  when  the  air  was  blown  in. 
This  seems  to  point  to  a  partial  oxidation  of  the  graphite  tip  due  to  the 
air  in  the  tube.  An  inert  or  reducing  gas  such  as  nitrogen  or  hydrogen 
would  probably  do  away  with  the  smoke.  It  is  probable  that  the  smoke 
all  comes  from  the  graphite  tip.  After  2  hr.,  No.  4  tube  was  put  into  the 
furnace  again  for  12  min.,  and  at  the  end  of  this  time,  the  clay  sleeves 
in  the  furnace  started  cracking  off. 

On  taking  the  No.  3  tube  out  of  the  sand  to  put  it  into  the  furnace,  it 
was  found  that  a  couple  of  the  clay  sleeves  were  cracked  so  that  the  tube 
could  not  be  used.  On  using  a  tube  for  the  second  time,  there  is  not  so 
much  smoke  formed,  the  reason  probably  being  that  the  graphite  on  the 
inside  surface  of  the  tip  is  oxidized  at  first,  leaving  a  layer  of  clay  which 
protects  the  graphite  from  further  oxidation.  If  this  is  the  case,  if 
might  be  well  to  line  the  tip  with  clay  in  the  first  place  or  to  bum  it  out 
by  subjecting  it  to  a  high  temperature. 

A  tabulation  of  the  observations  made  in'the  tubes  and  in  thefumacea 
and  on  the  taps  of  different  beats  is  here  shown. 
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TeHPERATUBBS    of    OpEN-HEABTS    StEEL    WITH    PYBOHETEB  TuBE  AND 

L.  4  N.  Optical  Ptboheteb 
Heat  No.  12/4104— Midvale  Steel  Co.,  11/21/18. 


iami  F. 

R.UA1U 

No.  1  tube  iDto  furnace. 

2740? 

Resdingfl  in  tube,  emoky. 

2S43T 

i  Snap  readings  taken  after  smoke 
\  blown  out. 

28437 

2842T 

Tube  out  of  furnace. 

Finale  added. 

13:45 
14:15 


280S 
2813 
2813 
2805 


2797 
2797 
2807 


11:17:18 

2858 

No.  7  Furnace. 

12:00 

12:10 

12:20 

2658 

2658 

2658 

1235 

Heat  No.  8/6225,  11/22/18. 

11:50 

2606 

11:56 

2645 

2645 

12:02 

2678 

12M 

2937 

12« 

2678 

12«8 

2678 

t2M 

13:15 

2917 

Steel  stream,  amoky. 


Stream  observed  by  s^;hting  di- 
rectly on  it  with  optical  pyrometet 


Fiitst  slag. 
Slag. 
Slag  finish. 

Charge  melted. 

No.  1  tube  in. 

Reading  in  pyrometer  tube. 
(  End  of  tube  appfoximately  8 
\  under  alag  surface. 

Tube  out,  sleeves  cracked. 

No.  3  tube  in. 
Reading  in  tube. 
Reading  in  tube. 
Reading  in  tube. 
Reading  in  tube. 
Slag  surface,  flame  on. 
Tube  reading. 
Tube  readily. 
Tube  out,  slightly  bent. 
Steel  in  spoon  («  -  0.40). 
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Tina 

12:20 
1227 
12:30 
12:32 
12:33 
12:34 
2:18 
2:19 

257 
2:42 
2:44 
2:45 


SxTb-hF. 

RiMlUI 

2924 

SlAg  Eurfaoe  in  furnace. 

No.  4  tube  in. 

2534    . 

Reading  in  tub«,  smoky. 

2672 

Reading  in  tube,  smoky. 

2672 

Reading  in  tube,  smoky. 

2672 

Tube  out. 

2918 

Slag  surface. 

2902 

Steel  in  spoon  (e  =  0.40). 

2942 

Slag  surface. 

2910 

Steel  in  spoon  («  -  0.40). 

No.  4  tube  in. 

2740 

Tube  reading. 

2740 

Tube  reading. 

2902 

Steel  stream  i,e  =-  0.40). 

2858 

2843 

2872 

3:33:15  2833  Slag  stream  (e  =  0.65) 

2900  Slag  stream  finish. 

To  attempt  to  overcome  the  smoke  difficulties  and  to  ascertain  if  the 
inside  of  the  graphite  tip  actually  comes  to  the  temperature  of  the  steel 
bath,  four  more  tubes  were  made  up  as  follows: 

No.  5. — Tip  baked  in  a  crucible  furnace  until  outside  surface  was 
glazed.    Inside  glazed  with  oxyhydrogen  torch. 

No.  6. — ^Tip  glazed  inside  with  oxyhydrogen  torch. 

No.  7. — Tip  machined  to  ^{e  "*■  wall  from  H  in-  Burnt  in  crucible 
furnace  and  glazed  inside  with  oxyhydrogen  torch. 

No.  8. — ^Tip  burnt  in  crucible  furnace.  Inside  untouched.  Nob.  5 
and  7  tubes  were  made  up  with  sodium  silicate  and  clay  and  6  and  8  with 
plain  clay. 

On  Nov.  27,  1918,  the  tubes  were  tested  with  the  following  results: 

Tube  No.  5  was  prepared  and  put  into  an  acid  open  hearth  after  pre- 
heatii^  the  tip.  Fumes  appeared  and  were  blown  out  and  one  reading 
was  made  before  the  tip  came  up  to  temperature.  After  10  min.  the  tip 
broke  and  the  tube  was  withdrawn. 

Tube  No.  7  with  the  thin  tip  was  then  put  into  the  open  hearth  and 
a  clear  reading  was  made  after  the  tube  had  been  in  4  min.  After  5  min. 
the  tip  broke  and  the  tube  had  to  be  withdrawn. 

It  was  thought  possible  that  the  reason  for  the  failure  of  the  first  two 
tips  was  partly  a  rapid  oxidation  of  the  graphite,  due  to  the  stream  of 
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air  from  thej^-iD.  iron  pipe,  so  a  tank  of  hydrogen  was  secured  and  a  hose 
attached. 

Tube  No.  6  was  laid  before  the  open-hearth  door  with  the  tip  tilted 
up  and  the  hydrogen  run  in  through  the  small  iron  pipe.  The  open  end 
was  tben  plugged  with  asbestos  wool  and  a  small  amount  of  hydr<%en 
kept  flowing  into  the  tube  while  it  was  being  inserted  into  the  steel 
bath.  Heavy  smoke  and  steam  were  observed -coming  out  of  the  tube 
and  no  readings  could  be  made.  .  As.it  was  not  considered  safe  to  try  to 
blow  the  fumes  and  gas  out  with  air,  the  tube  was  taken  out  of  the  furnace. 

Tube  No.  8,  the  tip  of  which  had  been  baked  in  a  crucible  furnace  but 
which  had  not  been  glazed  inside  with  the  oxyhydrogen  torch,  was  finally 
warmed  up  and  put  into  the  furnace  and  a  temperature  observation  on 
the  surface  of  the  alag  made  directly  afterward.  When  the  tube  had 
been  in  6  min.,  a  reading  was  made,  after  blowing  out,  with  air,  the  smoke 
which  had  formed.  This  temperature  remained  constant  for  a  nurnb^  of 
reading  afterward  showing  that  the  tip  was  up  to  temperature  after 
6  min.  There  was  comparatively  little  smoke  in  this  tip  and  it  was 
easy  to  keep  the  tube  clear  by  blowing  air  in  at  intervals. 

Readings  made  by  two  observers  checked  to  17°  F.  (9°  C).  After 
the  tube  bad  been  in  the  furnace  15  min.,  it  was  withdrawn  and  found 
to  be  in  good  condition.    Directly  after  the  removal  of  the  pyrometer 

Temperatube  op  Open-heabth  Steel  with  Pybohetbr  Tube 
AND  L.  &  N.  Optical  Pyrometer 
-    Heat  No.  7/5186,  Nov.  27,  1918. 
Tnu 

I2a9 

1224 

12:26 
1239 
12:44 
12:48 

2:08 


2:29 
2:31 
2:32 
2:33 
2:35 
237 
2:39 
2:40 


Tbhp.. 

DaoBH*  P. 

Tube  No.  5  in. 

2606 

In  tube,  air  blowing  during  read- 

ing. 

2830 

Under  flames  on  slag  aurface. 

Tip  broke. 

Tube  No.  7  in. 

2747 

In  tube,  no  amoke. 

2803 

On  alag  aurface,  no  flame. 

Tube  No.  6  in.,  flowing  hydrogen, 

smoke. 

Tube  out. 

Tube  No.  8  in. 

2042 

On  alag  surf  aoe. 

2697 

In  tube,  smoke  blown  out. 

2607 

In  tube. 

2697 

In  tube. 

2697 

In  tube. 

2714 

In  tube. 

2703 

In  tube. 

2948 

On  slag  surface. 

2677 

Stream  from  spoon  {«-0.40). 
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tube,  a  spoon  of  steel  was  taken  from  the  bath  for  a  sample  and  a  reading 
made  on  the  stream.  The  temperature  read  was  corrected  for  emissivity 
of  0.40  and  found  to  be  somewhat  lower  than  that  read  in  the  tube,  as 
would  be  expected.  The  temperature  observations  made  during  this 
test  are  shown  on  page  19. 

From  the  experience  with  the  graphite  tips  and  the  trouble  with  the 
smoke,  the  sub-committee  decided  that  it  would  be  desirable  to  try  clay 
tips  on  the  pyrometer  tubes,  as  the  clay  appears  to  stand  sudden  immer- 
sion  in  the  steel  and  the  corrosive  effect  of  the  slag.  A  design  was  made 
showing  the  thin  portion  of  the  tip  an  inch  loiter  and  the  Joseph  Dixon 
Co.  agreed  to  make  up  a  number  of  tips  for  another  trial. 

Conclitaions 

Open-hearth  steel  temperatures  can  be  taken  with  a  tube  similar  to 
the  oq^  used  in  our  experiments,  though  it  is  a  difficult  matter  to  handle 
the  tube  and  protect  the  operators. 

With  a  graphite  tip  some  trouble  is  experienced  with  smoke  which  at 
times  makes  the  readings  questionable.  This  would  possibly  be  elimi- 
nated by  a  clay  tip  if  that  should  prove  satisfactory  in  other  respects. 

Second  Kepobt  of  Sub-couhitteb  on  Open-heabth  Ptroueteb 

fempemture  Measurements  on  Open-heartk  Steel 

Temperature  data  were  taken  of  two  steel  heats  of  tlie  following  com- 
position, Midvale— Feb.  12,  1919: 


HMt  No.  B— KIT 

HeuNo.  11— S!04 

C 

0.490  ■  S 

..  0.038 
..  0.230 
..  3.000 

C 

Mn... 

Si 

....   0.60 
....   0.28 
....  0.23 

Ni 

Cr 

..   3.50 

P 

....  0.038  1  Ni 

Data 
Furnace  No.  8,  Heat  No.  '5317. 

Three  tubes,  with  clay  tips  made  by  Joseph  Dixon  Co.,  were  put  in  the 
furnace;  the  tips  cracked  off  in  each  case,  the  break  occurring  in  two  cases 
at  the  junction  of  the  thin  and  thick  sections  of  the  tip. 

Temperature  Observalvmt 
Tmur., 
Ehtaman  F.  RiutBU 

2031  Si^  surface  1:35  f.  u.  ■ 

2893  Stream  from  small  spoon  in  furnace.    About  3  ft.  in  from 

door.  Door  open  about  18  in.  Stream  appeared  much 
darker  than  background  of  flame.  No  correction  for 
emissivity — 2:05  p.  m. 
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T»MP.. 

Dbobu  p.  Raiuau 

301S  8lagflurfftce2:09p.  u. 

Door  opeaed  at  2:13  to  wann  up  tube. 
2SS5  SUgsurfaoe2:16p.  If. 

2893  Stream  from  small  spoon  in  furnace — Reading  made  on 

second  dip.     No  coneotion. 
2714  Slag  fluifaoe— about.  3:00  p.  h. 

2753  Stream  of  alag  from  large  apoon  in  furnace  uncorrected — 

4th  dip. 
2866  Above  oorreoted  for  «  -  0.e€. 

2830  Stream  of  iteel  from  Bmall  epoon  in  furnace — uncorrected. 

Good  reading. 
3092  Above  corrected  for  e  -  0.40. 

2805  Stream  from  amali  spoon  into  mold  correotedfore— 0.40 — 

Approximately  12  sec.  after  spoon  left  furnace. 

A  number  of  small  spoons  of  metal  were  taken  from  the  furaace  and 
poured  onto  the  floor  at  different  intervale  of  time  between  llftiMg  the 
spoon  clear  of  the  bath  and  pouring  it.  A  cold  spoon  was  taken  in  each 
case.  The  first  set  was  made  about  3:30  p.  m.  and  the  second  set  about 
4:00  p.  M. 

FIRST  SET  SECOND  SET 

Dsamm  F.  Diouu  F. 

1.  2806      16  sec.  time;  e  -  0.40.  1.  £  sec.  to  brick. 

2.  6  seo.   from  furnace  to 

brick    where    it    was 

Bkimmed.  Q^  sec.  to  read. 

10  see.  on  brick.  2790        llH  sec.  total. 

7H  sec.  to  read.  2.  S  sec.  to  brick. 

2768      23H  sec.  total  e  =  0.40.  10  sec.  on  brick. 

3. .  6  sec.  to  brick.  2730        21  see.  total 

15  KO.  on  brick.  3.  5  see.  to  briok. 

6  see.  to  read.  15  sec.  on  brick, 

2713      27  sec.  total;  e  -  0.40.  S  seo.  to  read. 

4.  6  sec.  to  brick.  2705        25  sec.  total. 

7H  sec.  to  read.  4.  5  sec.  to  brick. 

2797      12^  seo.  total.  5  see.  on  brick. 

3  sec.  to  read. 
2821        13  sec.  total. 

Two  tests  were  made  by  spooning  out  a  test  spoon,  clearing  it  of  slag 
and  then  making  readings  at  intervals  on  the  surface  of  the  steel  until  it 
froze  over.     Time  was  counted  from  lifting  the  spoon  from  the  bath. 


2813 

13 

2768 

20H 

2737 

29H 

2721 

35 
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Immediately  after  these  two  tests,  a  reading  on  the  stream  from  a  small 
spoon  in  the  furnace  and  slag  readings  were  made. 


Stream 

Stream 
Stream 


a  small  spoon; 
a  small  apoon; 
a  small  spoon; 


no  correction. 

slag  correction  (e  —  0.65). 

steel  correction  («  —  0.40). 

no  correction. 

slag  correction  (fi  ••  0.65). 

eteel  correction  (e  =  0.40). 


2761 
2937 
2813 


2942 
2772 


n  small  spoon 
Slag  surface;  cooled  by  open  door. 
Sl^  surface;  8  min.  after  door  closed. 

Furnace  No.  11,  Melt  No.  5204,     Chrome-nickel  Steel. 
Stream  from  spoon  into  mold  (e  —  0.40). 
Stream  from  small  spoon  in  furnace,  no  correction. 
Sl^  surface  in  furnace;  cooled. 
Slag  surface  5  min.  after  previous  reading. 
Stream  from  small  spoon  in  furnace,  no  correction. 
Stream  from  small  spoon  into  mold  (e  =  0.40). 
Slag  stream  from  large  spoon  in  furnace;  uncorreclfd. 
Above  oorrected  for  slag  (e  -  0.65).     Approximatdy   IM   hf.  later 

the  following  readings  were  taken  6  min.  before  the  tap. 
Stream  from  small  spoon  in  furnace;  uncorrected. 
Above  corrected  for  «  =  0.65. 
Above  corrected  for  a  ■  0.40. 

Stream  from  small  spoon  in  furnace.    Second  dip,  uncorrected. 
Above  corrected  for  e  =  0.65. 
Above  corrected  for  e  =  0.40. 
Slag  surface,  door  abut. 

Tiki  fbom  BiaiHNiMo  TiHr..  TiUE  raou  BEaiHNitia 


2805 

30  sec.— Steel  stream. 

2775 

2  min.  25  sec 

2782 

39  sec. 

2782 

2  min.  47  sec 

2708 

57  sec. 

2768 

3  min.    7  sec 

2761 

1  min.  L5  sec. 

2790 

3  min.  27  sec 

2775 

1  min.  30  sec. 

2742 

Slag  stream. 

2782 

1  min.  54  sec. 

2638 

First  ingot. 

2790 

2  min.    5  sec. 

From  the  data,  it  appears  that  the  readings  on  the  stream  from  a 
spoon  in  the  furnace  should  have  some  emisaivity  correction,  although 
smaller  than  for  a  steel  stream  in  the  open.  This  will  have  to  be  checked 
up  by  further  tests.  Until  temperatm-e  measurements  can  be  made  with 
black-body  conditions,  nothing  definite  can  be  said  or  proved  as  to 
actual  temperatures. 

The  whole  matter  is  up  to  the  ceramic  men  of  the  Committee  to 
develop  a  material  suitable  for  a  tip.  Clay  is  satisfactory  from  a  com- 
position standpoint  and,  if  made  so  that  it  will  stand  unequal  rapid  heat- 
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ing,  could  be  used  for  tips  that  would  not  smoke  and  would  take  the 
furnace  temperature. 

ThIBD  RbPOBT  of  STJB-COlUtlTTEE  ON  OpEN-HBABTH  FTBOHETEB,  ElEC- 
TBIC-FDBNACB  AND  MiSCELLANEODB  TbUFEBATUBES 

In  view  of  the  difficulties  ia  making  experiments  in  open-hearth 
furnaces,  the  sub-committee  decided  to  make  further  tests  in  electric 
furnaces. 

A  number  of  steel  tubes  S)^  in.  (5.7  cm.)  outside  diameter  and  about 
5  ft.  (1.5  m.)  long  were  prepared  with  small  lugs  on  the  end  as  shown  in 
Fig.  4.  A  number  of  end  sleeves  with  grooves  iu  them  to  fit  the  lugs 
were  prepared  by  Hiram  Swank's  Sons  and  tubes  for  tips  were  secured, 
made  from  different  materials. 

The  first  test  on  an  electric  furnace  was  made  at  the  Taylor  Wharton 
Iron  &  Steel  Co.  at  High  Bridge,  N.  J.  Pyrometer  tubes  having  tips  of 
carborundum  and  clay  were  prepared  and  after  preheating  were  each  put 


FlQ.    4. AcHEaON  OHAPB1TB  MOUNTINO. 

into  the  steel  in  the  furnace,  which  was  a  3-ton  basic  Heroult.  Each 
tube  broke  before  coming  to  temperature  and  both  were  very  badly 
corroded  by  the  slag. 

Tapping  and  teeming  temperatures  were  taken  on  a  number  of  heats 
and,  just  before  one  tap,  four  spoons  full  of  steel  were  dipped  out;  the 
spoon  in  each  case  was  set  on  the  floor  and  readings  made  on  the  steel 
surface  untU  it  crusted  over.  The  values  obtained  were  plotted  against 
time  and  curves  drawn  as  shown  in  Fig.  5. 

Optical  pyrometer  readings  were  also  made  on  the  Same  from  a 
Bessemer  converter  and  the  apparent  temperatures  obtained  are  given  in 
the  accompanying  tabulation  of  data  made  at  High  Bridge. 

Fig.  5  shows  four  cooling  curves  for  four  spoons  of  steel  which  were 
dipped  out  of  the  electric  furnace  within  a  few  minutes  of  each  other,  just 
before  the  tap.  Since  there  were  only  a  few  points  taken  on  each  spoon 
through  which  a  number  of  different  shapes  of  curves  might  have  been 
drawn,  the  nature  of  cooling  of  a  spoonful  of  steel  was  considered. 
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Tehperatdbg  Data  at  Taylob  Whabton  Ibon  &  Steel  Co 
Afb.  22,  1919 
Tapping  3-^on  Basic  Bteiiric  Furnace  Carbon  Sleel  far  CatHnf/t 
TiMM  TiMF.,  DhuuF.*  Rbuabu 


4 

18  p.m. 
Tur.. 

2932 
2910 
2895 

TEEMING 

T^stoel. 
T^  steel 
TapstaeL 

Tbht.. 

Tim 

Dmaia^r. 

RIH1.BSI 

TiMU 

DboumF.'            Rbhudi 

4:23 

2797 

iBt  shank 

4:81.7 

2720        2d  mold. 

4:24 

2790 

2dsluuilc 

4:32 

2704        2d  mold. 

4:26 

2872 

Sdflhank 

4:32.5 

2688    2d  mold  small  stream 

4:26.5 

2656 

PourinK  3d  shank  4:33 

2697    3d  mold. 

4:27 

2782 

4th  shank 

4:33.5 

2704    4th  mold. 

4:20 

2775 

6th  shank 

4:34 

2666  5th  mold  small  stream 

4:30 

2761 

l8t  mold 

4:35 

2713    Bi«r  of  2d  mold. 

4:31 

2704 

2a  mold 

4:36 

2680    7th  mold,  lart-J 

4:31.5 

2730 

2d  mold 

PULLING  SLAG 

T»MT 

9:58a 

u. 

2638 

Sti«am  from  spoon  into  sample  mold. 

10:14 

2712 

On  slag  (e  -  0. 

i5). 

On  metal  (oxidized)  («  -  0.40).    . 
On  metal  (ondiied)  (e  -  0.40). 
On  metal  daik.  streak,  some  smoke. 
On  metal  oxidized. 
On  metal  oxidized. 

READINGS  ON  SPOON 


Tntm  raoH  lArma              Taur.. 

noH  Sua— ll:M  A 

.M.         Diouu  F. 

RuAau 

4  sec. 

To  floor. 

12  sea. 

2968 

Spoon  surface. 

19,5  sec. 

2895 

Spoon  surface.  ■ 

27.5  860. 

2813    ' 

Spoon  surface. 

37  sec. 

2790 

%)oon  surface. 

46  sec. 

Spoon  surface  oxidised. 

TAPPING  CAHBON  STEEL  FOR  CASTINGS 

StarM  to  UpU:2«*.  m. 

TimnoH 

17  sec. 

2960 

28  860. 

2920 

On  slag. 

4«seo. 

2982 

64  sec. 

2952 

2  min.  30  sec 

Started  to  skim. 

3  min.  4S  sec 

Finished  skimming. 

4  min.  45aec 

Finished  weighing. 

6  min.  22  sec 

2887 

1st  shank. 

7  min.  30  sec 

2865 

2d  shank. 

8  min.  20  sec 

2821 

Pouring  2d  shank  in  small  mold 

9  min.  13  sec 

2835 

3d  shank. 

9  min.  53  sec 

2797 

Pouring  3d  shank  into  mold. 

10  min.    9  sec 

2797 

Pouring  3d  shank  into  mold. 

10  min.  46  sec 

2828 

4th  shank. 

n  mia.    5  sec 

2782 

Pouring  4th  shank  into  mold. 

It  min.  43  sec 

2775 

Pouring  41h  shank  into  mold. 

'  All  readings  on  steel  streams  corrected  for  an  emissivity  of  0.40  and  slag  for  0.65. 
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Tbhp..  Diobs»  F 

B-iumu 

12  min.  10  sec 

2836 

6tlLshu>k. 

12  min.  35  sec 

2761 

Pouring  5th  shank. 

13  min.  59  sec 

2775 

Pouring  from  ladle  into  1st  mold 

14  min.  41  sec 

2730 

Pouring  from  ladle  into  2d  mold. 

16  min.  15  sec 

2688. 

3d  mold,  small  stream. 

16  min.    3  sec 

27S2 

4th  mold,  large  stream. 

16  min.  21  sec 

2768 

4th  mold. 

16  min.  41  sec 

2761 

4th  mold. 

16  min.  52  sec 

2753 

4th  mold.  - 

17  min.  12  sec 

2761 

18  min.  10  see 

2753 

5th  mtdd. 

20  min.    3  sec 

2797 

21  min.    2  sec 

2745 

7th  mold. 

3-TON  ACID  SEB6EMER  FURNACE 

2A7  F.  u.    2433.    Charging  on  stream 


Btabt  or  Blow 

Tbuf..  Dbobiu 

F.                                             R.ii*i™ 

2mj 

n.  50  sec 

2574 

Flame  of  Bessemer. 

3m 

a.  10  sec 

2632 

Flame  of  Bessemer. 

3mj 

in.  37  sec 

2722 

4nu 

in.  10  sec 

2824 

Flame  of  Bessemer. 

5mi 

n.  12  sec 

2860 

Flame  of  Bessemer. 

6lD 

in.  43  sec 

2747 

Flame  ot  Bessemer. 

7m 

in.  18  860 

2752  ■ 

Flame  of  Bessemer. 

Smi 

in.    0  see 

2527 

Started  to  pour  ferromanganeae  into  ladle. 

9mi 

n.  22  sec 

3060 

Poured  Bessemer  charge  into  ferromanganeae 

11  mj 

n.  53  sec 

Finished  pouring. 

8POON3  FROM  ELECTRIC  FURNACE  (MANOANESB  STEEL  MELTED  SCRAP) 

Test  started  2:42  p.  h. 
Ibt  Spoon 


Tim 

TsHF.,  DsoBBBa  F 

RlUlBU 

Osec 

Just  lifted  spoon  from  metal. 

10  sec 

2790 

Steel  surface. 

18  sec 

2637 

Steel  surface. 

23  sec 

2603 

Steel  surface. 

33  sec 

2456  no  cor. 

Steel  surface  oxide. 
2d  Spoon 

Osec 

Juat  in  furnace. 

19  sec 

Just  lifted  from  metal. 

24  sec 

OnHoor. 

34  sec 

2775 

Steel  surface. 

4fiBec 

2745 

Steel  surface. 

50  see 

2872 

Steel  surface. 

02  860 

2603 

Steel  surface. 

68  sec 

2471 

Steel  surface  oxide. 
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3d  Spoon 

Tiua 

T«i»f..D»ci«.»F 

Bbui&ei 

Osec 

Just  dipped  in  metaL 

15  8M 

Just  lifted  out. 

19  sec 

On  floor. 

25  Bee 

2775 

Steel  surface. 

31  sec 

2680 

Steel  surface. 

34  sec 

2629 

Steel  surface. 

46  sec 

2566 

Steel  surface  dirty. 
4th  Spoon 

Osec 

In  metal. 

19  sec 

Out. 

22  880 

On  floor. 

29  sec 

2821 

Spooa  surface. 

36  sec 

2721 

Spoon  surface. 

45  sec 

2745 

Spoon  surface. 

53  sec 

2556 

Spoon  surface. 

2796 

Flame  of  2d  Beasemer. 

2843 

Fiamt,  of  2d  Bessemer. 

2758 

3100 

Pouring  into  ladle  (bright  streak). 

(«  =  0.40) 

2895 

On  dark  streak.                      , 

TAPPING 

MANQANESE  STEEL 

TiHsm 

■if           T»BP,.  Dbqmu  F 

Ruiimu 

15  sec 

3053 

Steel  stream.      • 

34  sec. 

3025 

Steel  stream. 

52  sec 

3025 

Steel  stream. 

miD.  14 

sec.                3037 

Steel  stream. 

miD.  3f 

sec.                3025 

Steel  stream. 

There  are  three  factors  which  enter  into  the  cooling  of  a  hot  body — 
radiation,  conduction  and  convection.  Of  these  the  effect  of  radiation 
is  much  greater  than  conduction  or  convection  at  the  temperature  of 
molten  steel,  so  that  the  shape  of  the  cooling  curve  must  be  largely 
influenced  by  the  fourth-power  radiation  law  and  approach  that  of  an 
exponential  curve. 

In  the  operation  of  dipping  out  a  spoonful  of  steel  and  bringing  it  out 
into  the  room  to  cool,  there  are  a  number  of  conditions  which  may  affect 
the  rate  of  cooling  of  the  steel.  The  spoon  is  first  dipped  into  the  slag 
and  turned  over  a  number  of  times  to  get  a  good  sla^  coating  on  it.  This 
operation  may  take  from  10  to  30  sec.  depending  on  conditions  and  the 
skill  of  the  operator.  The  spoon  in  this  operation  is  heated  up  consider- 
ably and  may  become  so  hot  that  the  handle  will  bend  on  lifting  out  the 
spoonful  of  metal.  When  the  spoon  is  sufficiently  "slagged,"  it  is  dipped 
into  the  steel  and  a  spoonful  lifted  out.  The  steel  in  the  spoon  immedi 
ately  begins  to  cool,  as  there  is  at  least  1000°  F.  (555°  C.)  difference  be- 
tween the  spoon  and  steel  temperatures,  but  since  the  temperatures  of 
the  furnace  gases  are  about  that  of  the  steel  and  a  third  of  the  total 
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area  bounding  the  steel  in  the  spoon  is  exposed  to  them,  the  cooling  bi  the 
molten  steel  is  probably  not  very  rapid  while  in  the  furnace.  As  soon 
as  the  spoon  passes  the  furnace  door,  however,  there  is  an  abrupt  change 
of  cooling  and  the  rate  must  be  largely  exponential  in  character. 

Curves  1  and  3,  the  cooling  curves  for  two  spoons  of  steel  taken  out 
of  the  furnace  under  identical  conditions,  are  of  the  nature  of  exponential 
curves.  The  part  of  the  curves  from  the  point  where  the  spoon  passed 
through  the  door  to  the  first  reading  is  guessed  at,  as  is  the  cooling  curve 
in  the  furnace.  The  steel  temperature  is  taken  as  the  average  of  the 
readings  made  on  the  tapping  stream. 

Curve  4  is  clearly  defined;  curve  2  is  rather  poor  but  it  was  drawn 
to  be  as  nearly  like  the  others  as  possible  and  still  conform  to  the  points. 
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Fto.  5.— Temper AT0RE  ueasurehents  on  burfacb  of  manganese  steel  spooned 

FROM  ELECTRIC  FUBNACE. 

An  attempt  will  be  made  to  get  points  nearer  to  zero  time  in  the  near 
future. 

After  the  failure  of  the  clay  and  carborundum  tubes  in  the  basic 
furnace,  a  test  was  planned  in  the  acid  furnace  at  Lebanon,  Pa.,  but  since 
they  were  not  in  operation  at  the  time,  two  tubes  were  prepared  with 
Acheson  graphite  tips  and  a  test  was  made  at  the  Disston  Saw  Works 
in  Philadelphia,  in  a  3-ton  basic  Heroult  furnace. 

The  first  tube  was  put  in  without  preheating,  and  the  end  sleeve 
cracked  ahnost  immediately,  due  to  too  sudden  heating.  The  other 
tube  was  preheated  and  pushed  into  the  steel.  It  did  not  smoke  and  came 
to  tflmperaturfe  in  70  sec.,  at  which  time  a  very  satisfactory  reading  was 
obtained.  About  an  hour  later  the  same  tube  was  pui  into  the  furnace 
again  and  another  reading  taken.    This  time,  however,  part  of  the  end 


D.qit.zeaOvGoOt^lc 


28  REPOBT  OF  FTROHETER  COUMITTEE 

clay  sleeve  broke  oft  bo  that  the  graphite  tube  was  not  held  in  line  but 
was  at  an  angle  to  the  axis  of  the  steel  tube.  For  this  reason  the  optical 
reading  could  not  be  made  on  the  end.  The  sight  was  taken  on  the  side 
of  the  tube  and  a  reading  was  made  after  it  had  come  up  to  temperature 
and  remained  constant  for  a  minute.  This  reading  was  probably  very 
□ear  the  true  temperature  but  it  is  not  put  on  the  curve  aa  it  is  somewhat 
questionable. 

After  each  time  that  the  tube  was  put  in  the  furnace,  it  was  withdrawn 
and  readings  made  on  the  graphite  tip  and  the  time  noted.  Thesecurves 
are  shown  in  Fig.  6.  It  will  be  noted  that  a  smooth  curve  can  be  readily 
drawn  through  the  points.    The  furnace  wae  tapped  about  15  min.  after 
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»  Pulllnir  UirouRli  Door,  Seconds 

It  ORAPHITE  TTTBEB  AFTER  IHUERBTON  I] 


the  last  tube  was  put  in,  and  in  the  intervening  time,  the  steel  was  heated 
some^at.  The  tapping  temperature  is  25°  F.  (13.8°  C.)  above  the 
extrapolated  curve  for  tube  No.  2. 

The  data  taken  on  this  test  are  as  follows: 

Test  at  Disston  Saw  Works  (Junw  16,  1919) 
3-Ton  Basic  HeronU  FuTttaee 

First  tube  in,  the  end  sleeve  broke  due  to  sudden  heating.  Second 
tube  came  to  temperature  after  70  see.;  reading,  2728°  F.  (1497°  C). 
The  tube  waa  pulled  from  the  furnace  and  readings  made  on  its  end  while 
it  cooled.     Time  taken  from  passing  through  door. 
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0  ....  Out  door.  42  sec.  2130  On  end  of  tube. 

14  aeo.  2380  On  side  of  tube.  51  eec.  2032  On  end  of  tube. 

25aec.  2298  On  end  of  tube.  59  aec.  1964  On  end  of  tube. 

34  Bee.  2185  On  end  of  tuba. 

The  same  tube  was  put  in  later.  The  end  Bleeve  cracked  but  the  tube 
was  held  partly  under  the  steel  and  was  at  an  angle  to  the  sight  tube  so 
the  readings  were  made  on  a  point  about  9  in.  from  the  end.  The  tem- 
p^atures  gradually  iacreased  to  a  steady  value  after  2  miu.  30  sec. 
Reading,  2672°  F.  (1467"  C.) 

The  graphite  tube  was  pulled  out  in  a  shovel  and  laid  on  the  floor 
where  readings  were  made  on  it  at  different  times  as  follows: 


0  Outdoor.  32  2110        On  tube. 

13  2365        On  tube.  40  2021        On  tube. 

24  2193        On  tube.  48  1964        On  tube. 

A  number  of  readings  were  attempted  on  the  spoon  surfaces  but  the 
metal  chilled  over  almost  immediately  after  the  spoon  was  set  on  the 
floor. 

Tap  started  16  min.  after  the  tube  was  put  in,  the  steel  being  heated 
up  between  times  for  a  period  of  about  7  min.  Tapping  and  teeming 
temperatures  were  as  follows: 

TAP 


0 

2688 
2713 
2697 

On  steel  stream. 
On  Bteel  stream. 
On  steel  stream. 

Imin. 

2697 

On  Bteel  streftm. 

TEEM 

Tiu 

D.'^M 

p     RiKABU 

F.   «"»"" 

2  min.  10  aeo. 

2666 

iBt  ingot. 

12  min.  30  sec.    2576 

12th  ingot 

3  min.    8  aeo. 

2847 

2d  ingot. 

13  min.  30  sec.    2566 

13th  ingot. 

3  min.  58  sec. 

2637 

3d  ingot. 

17  min.  00  sec.    2556 

16th  ingAt  last. 

2595  8th  ingot 
Carbon  was  about  1.35  per  cent.  Ingots  weighed  470  lb.  eacL 
Two  more  tubes  were  prepared  with  the  same  graphite  tips  which  had 
beon  previously  used.  One  tube  was  put  into  the  furnace  and  a  very  good 
reading  was  made.  The  tube  did  not  smoke  in  the  least  and  was  very 
satisfactory.  After  the  reading  was  taken,  the  end  clay  sleeve  broke  off 
but  the  graphite  tip  was  [Hilled  out  quickly  and  readings  made  on  it  as 
in  the  previous  test.    The  points  are  plotted  in  Fig.  7. 

The  second  tube  had  not  been  thoroughly  dried  out  and  had  steam  in 
it,  so  that  although  a  rending  was  made  while  the  steam  was  blown  out, 
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it  is  somewhat  questioDable.  A  cooUog  curve  was  abo  taken  on  this 
graphite  tip  and  is  shown  as  curve  No.  2  on  Fig.  7.  It  will  be  noted  how 
closely  the  extrapolated  curves  come  to  the  readings  made  in  the  tube. 
In  no  case  is  the  difference  greater  than  20°  F.  (11°  C).  It  was  not  pos- 
sible to  lift  the  tube  above  the  bath  and  take  a  reading  on  the  outside 
of  the  graphite  tip  in  the  furnace  because  the  smoke  was  too  heavy. 

The  clay  end  sleeves  that  were  used  in  these  tests  were  overheated  in 
making  and  were  not  as  strong  as  the  regular  stopper  rod  sleeves.  For 
this  reason  most  of  them  cracked  after  being  in  the  furnace  a  short  time. 
The  temperature  data  on  this  test  are  given  here. 


Reading  in  lat  tube. 

Tube  No.  1  through  door.     Aro  off. 

On  graphite  tip  in  air. 


Reading  on  alag  in  furnace.     Arc  on. 
Made  new  slag,  spar  and  lime. 
Reading  in  tube.    Air  blowing  out  steam. 
Tube  No,  2  through  door. 
Reading  on  graphite  tube  in  air. 


TlUB 

nl^LiP. 

9:U  A.  11. 

2753 

Osec. 

9,4 

2574 

18-8 

2411 

27.4 

2254 

35.0 

2157 

45.6 

2032 

54.0 

1943 

9:28  A.  u. 

2703 

9;29  A.  u. 

10:10  a.m. 

2836(?) 

Oaec. 

8.4 

2567 

16,6 

2478 

25.0 

2347 

33.0 

2203(7) 

40.0 

2082 

47,0 

2053 

54,8 

1964 

10:26  a.m. 

2807 

10:25:30  a 

.  u. 

7  sec. 

2775 

22 

2768 

31 

2768 

44 

2775 

60 

2768 

72 

2768 

83 

2768 

108" 

2761 

10:27:35  a. 

M. 

Held  5  min. 

.  in  ladle. 

Slag  in  furnace — door  open,  corrected  for  e  =  0.65. 

Start  to  tap. 

Tap. 


RiKABKi  Start  of      Diqheh'F.  Rehabi 


30  sec.  2656  1st  ingot.  8:00  2602  lOtb  ingot. 

1:30  2647  2d  ingot.  10:45  2595  12th  ingot. 

3:00  2629  4th  ingot.  12:45  2576  14th  ingot. 

4:40  2620  6th  ingot,  13:05  2566  16th    ingot 

0:15  2611  Stfa  ingot.  last. 
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Conclusions  of  Sub-coumitteb 

Acheeon  graphite  is  a  very  Bstisfactory  material  for  a  tube  to  use  in 
steel.  It  does  not  smoke,  only  oxidizes  slowly,  and  has  plenty  of  strength. 
One  tube  with  J^-in.  wall  which  was  immersed  five  timed  and  allowed  to 
cool  in  air  appeared  to  have  lost  only  a  small  amount  iu  diameter.  An- 
other  advantage  is  that  the  slag  does  not  stick  to  it,  and  optical  readings 
may  be  made  on  it  as  soon  as  it  is  lifted  from  the  bath. 

Steel  temperatures  may  be  taken  by  allowing  a  tube  of  Acheson  graph- 
ite to  come  to  the  temperature  of  the  bath  and  then  either  sighting  on 
the  tube  when  it  is  raised  above  the  bath  or  pulling  it  out  into  the  air 
and  taking  the  cooling  curve  and  extrapolating  to  zero  time.  Tempera- 
tures may  also  be  taken  by  sighting  down  the  tube.  In  an  open  hearth 
it  would  probably  be  easier  to  use  the  graphite  as  a  target. 

PBOJEtTTED  EXFERIHENTS  AJfD  SUUMABT 

The  use  of  Acheson  graphite,  either  in  block  or  tube  form,  as  a  target 
after  immersion  to  the  desired  depth  and  location  in  the  metal  bath  and 
sighted  upon  by  the  optical  pyrometer,  as  shown  by  the  experiments  of 
the  Bub-conmiittee,  gives  promise  of  being  a  serviceable  method  of  tem- 
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perature  control.  This  graphite  has  the  advantage  of  remaining  clear 
of  slag  and,  in  addition,  the  optical  pyrometer  requires  no  correction 
when  sighted  on  graphite  whether  within  the  furnace  or  not.  More 
observations,  however,  should  be  taken  by  this  method  to  more  com- 
pletely determine  its  limitations. 

Another  method  suggested,  which  has  been  used  by  Dr.  Northrup 
with  small  laboratory  furnaces  and  which  the  Committee  expects  to  try 
out,  is  to  thrust  a  quartz-glass  rod  or  thick-walled  closed-end  tube  into 
the  bath  to  the  depth  at  which  the  temperature  is  wanted,  and  sight  in 
the  outer  end  of  the  rod  with  an  optical  pyrometer.  The  light  being 
totally  reflected  along  the  quartz — which  miy  even  bend  considerably 
without  loss  of  light-^temperatures  not  requiring  any  appreciable  correc- 
tion should  be  given  by  this  method.  The  quartz  will  probably  not  last 
very  long,  especially  in  basic  practice,  but  it  will  probably  be  found 
unnecessary  to  leave  the  quartz  immersed  more  than  a  fraction  of  a 
minute  in  order  to  take  a  satisfactory  observation.  If  held  too  long  in 
the  bath,  of  course  the  quartz  will  melt,  but  on  account  of  its  transparency 
it  should  be  possible  to  obtain  a  reliable  observation  before  this  happens. 

The  work  of  the  Committee  has  shown  the  very  great  practice  dif- 
ficulties which  obtain  with  available  refractories  when  attempt  is  made 
to  sight  down  a  tube  thus  protected.  The  best  material  thus  far  found 
for  this  purpose  is  an  Acheson  graphite  tube  supported  and  extended  by 
a  steel  tube  which  is  in  turn  protected  by  a  fireclay  sleeve.  All  other 
refractories  tried  are  unauited  for  the  purpose. 

When  care  is  exercised,  it  has  been  shown  by  the  Committee  that  the 
method  of  spooning  out  metal  and  taking  simultaneous  observations  of 
time  and  temperature  will  give  reliable  results. 

The  modifications  su^eeted  by  Mr.  Drinker,  in  the  hands  of  the  Com- 
mittee, do  not  give  dependable  results. 

appendix 

Report  of  Sub-committee 

Test  on  Crudble  Steel  at  Midvale  Steel  Co.,  Sept.  17,  1919 

F,  E.  Bash,  Philadelphia,  Pa. — In  order  to  make  a  definite  check  on 
the  emissivity  of  crucible  steel  under  works  conditions,  a  teat  was  planned 
and  executed  as  follows;  Five  crucibles  were  put  in  a  crucible  furnace 
with  the  normal  charge  and  were  treated  in  the  same  manner  as  a  number 
of  others  that  were  chained  at  the  same  time;  the  only  difference  was 
that  the  Eve  crucibles  had  lids  with  2-in.  holes  in  the  center.  It  was 
thought  that  after  the  crucibles  were  removed  from  the  furnace  a  read- 
ing could  be  made  through  the  hole  in  the  lid  with  the  optical  pyrometer 
and  that  such  a  reading  would  give  the  true  temperature  of  the  uteel  as 


;,oogic 


GEOBQB  K.  BUB0£88  33 

black-body  condittoDa  should  prevail  inside  the  crucible.  If  after 
obtaining  the  true  temperature,  the  crucible  Hd  were  removed  and  the 
steel  poured  into  the  ladle,  the  apparent  temperature  could  be  taken 
by  sighting  on  the  steel  'stream  and  the  emissivity  obtained  from  the 
two  temperature  values. 

Such  a  test  was  carried  out  with  five  crucibles.  About  a  third  of  the 
crucibles  charged  into  the  furnace  with  the  five  experimental  ones  were 
first  drawn  from  the  furnace  and  poured  into  the  ladle.  The  experimental 
crucibles  were  then  drawn  and  readings  of  the  true  temperature  were  made 
through  the  hole  in  the  Ud  from  a  raised  stand  erected  for  the  purpose; 
the  crucibles  were  then  poured  into  a  small  ladle.  While  pouring  them, 
a  reading  was  made  on  the  stream.  It  was  not  an  easy  matter  to  get 
this  reading  as  the  crucible  was  poured  in  about  8  to  10  sec,  and  often 
only  a  glimpse  of  the  steel  stream  could  be  obtained  as  it  wascovered 
with  slag  during  most  of  the  time  of  pouring.    However,  by  settii^  the 

Temperature  Measurements  on  Cnudble  Steel 
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lamp  at  a  temperature  very  nearly  that  of  the  apparent  temperature  of 
the  Bteel  stream,  some  readings  were  obtained.  In  the  case  of  three  of 
the  crucibles  the  reading  had  to  be  made  on  the  slag  stream  as  the  steel 
was  not  visible. 

As  a  further  check  on  the  apparent  temperature  of  the  steel,  readings 
were  made  on  the  streaois  from  all  the  remaining  crucibles  in  that  heat; 
these  temperatures  are  tabulated  on  page  33.  The  time  recorded  in  the 
first  column  is  the  time  that  elapsed  when  the  crucible  passed  through 
the  door  and  the  reading  was  made. 

Teeuins  Readings  Corrected  for  an  Euissivitv  oc  0.40 

Tkdb  TsMntBiTUHB,  DioBiia  F.  Tarn  TiKFUATnBE,  Deobeib  F. 

Third  ingot 2680  Ninth  ingot 2647 

Fourth  ingot 2665  Tenth  ingot 2647 

Fifth  ii^ot 2665  Eleventh  ingot 2647 

Sixth  ingot 2665  Twelfth  ingot 2629 

Seventh  ingot 2656  Thirteenth  ingot 2629 

Eighth  ingot 2656  Fourteenth  ii^ot 2629 

Note. — All  temperature  values  enclosed  in  parenthesis,  in  the  columns  for  true 

temperatures,  are  corrected  for  an  emissivity  of  0.40  in  the  case  of  steel  and  0.65 

for  Blag. 

The  readings  in  the  table  for  the  five  experimental  crucibles  show 
that  the  corrections  for  emissivity  of  0.40  for  steel  and  0.65  for  slag, 
when  applied  to  the  apparent  temperatures,  give  practically  the  same 
temperature  values  as  the  readings  made  in  the  crucible  under  black-body 
conditions,  the  greatest  difference  being  10°  F.  The  correctness  of  these 
emissivity  values  is  further  verified  by  taking  the  mean  of  the  true  tem- 
peratures obtained  by  sighting  into  the  five  experimental  crucibles  and 
comparing  them  with  the  mean  of  the  corrected  temperature  values  ob- 
tained by  s^hting  on  the  steel  streams  from  the  crucibles.  The  values 
are  as  follows : 

DiaiBEB  F 

Mean  of  true  tem]>eratures  for  five  crucibles 2810 

Mean  of  corrected  readings  on  steel  streams 2805 

Difference 5 

The  conclusions  drawn  from  the  above  data  are  that  under  industrial 
conditions,  the  values  for  the  emissivity  of  steel  and  slag  are  0.40  and 
0.65,  respectively. 

DISCUSSION 

H.  Scott,  Washington,  D.  C  (written  discussion*). — It  appears  to 

me,  from  observations  taken  in  a  number  of  plants  under  Dr.  Burgess' 

direction,  that  the  simple  and  natural  expedient  of  sighting  on  the  bath 

will  give  the  steelmaker  the  desired  information.     The  measurements 

•  Received  Sept.  24,  1919. 
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show  remarkable  consistency  among  themselves.  On  the  'other  hand, 
it  may  be  noted  from  other  work,  as  Dr.  Burgess'  "Temperature  Measure- 
ments in  Bessemer  and  Open-hearth  Practice"*  and  the  report  under 
discussion,  that  readings  taken  by  this  method  (sighting  on  the  bath) 
are  not  uniform  enough  to  be  used  as  a  direct  control  of  open-hearth 
heats  for  the  variations  in  tapping  temperatures  are  less  than  the  observed 
bath  temperatures. 

To  support  this  opinion  I  have  prepared  the  accompanying  figure, 
which  shows  the  temperature  rise  in  open-hearth  furnaces  after  the  charge 


has  melted  down.  Each  value  represents  the  average  of  several  un- 
corrected readings  taken  through  the  opening  in  the  furnace  door  with 
the  pyrometer  used  by  Dr.  Burgess.  It  may  be  noted  that  a  smooth 
curve  can  be  drawn  representing  the  temperature  rise  with  time,  that 
only  an  exceptional  value  lies  more  than  15"  C.  off  the  curves,  and  that 
the  extrapolated  values  for  the  tapping  temperatures  all  tie  between 
1600"  aod  1620°  C.  (2912"  and  2948"  F.). 

*U.  8.  Bureau  of  Standards  TeOt.  Paper  01;  alao  Trant.  (1917)  M,  432. 
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The  diBcrepandes  generally  observed  in  readings  taken  on  the  bath 
may  be  associated  with  the  two  disconcerting  coDditions  that  always  exist 
in  open-hearth  furnaces;  namely,  flames  shooting  acrosa  the  line  of 
vmon  and  the  boiling  of  the  bath.  As  both  of  these  features  are  inter- 
mittent, it  is  possible,  with  the  development  of  some  skill,  to  obtain 
rational  observations  on  the  background  of  the  slag  surface.  Thus, 
for  example,  by  decreasing  the  brightness  of  the  pyrometer  lamp  from  that 
of  the  flames,  a  point  is  reached  at  which  the  filament  no  longer  flashes 
bright  when  the  flame  momentarily  ceases  and  vice  werea.  These 
readings  represent  temperatm^a  just  below  or  above,  as  the  case  may  be, 
that  of  the  bath.  Caie  must  be  taken,  however,  that  the  reading  is  not 
on  the  front  surface  of  bubbles  as  these  reflect  the  dark  hole  in  the  door 
and  probably  represent  non-btack-body  conditions.  I  therefore  think 
that  the  question  can  be  properly  brought  up  as  to  whether  direct  observa- 
tions on  the  bath  in  the  furnace  do  or  do  not  give  an  acce|>table  criterion 
of  open-hearth  furnace  temperatures. 

A.  L.  Feild,  Niagara  Falls,  N.  Y. — Have  any  attempts  been  made  to 
correlate  the  temperatures  in  the  steel  bath  with  the  reactions  that  go  on 
in  the  smelting  process?  Has  the  temperature  been  related  to  tl^e  ques- 
tion of  the  life  of  the  refractories,  especially  in  the  roof  7  It  seems  to  me 
that  these  two  points  are  of  practical  importance  to  steel  manufacture. 
A  third  question  is  the  relation  of  the  temperature  of  the  steel  to  the 
properties  of  the  cooled  ingot.  So  far,  it  seems  to  me,  the  Pyrometer 
Committee  has  been  devising  methods  and  means  of  measuring  tempera- 
ture, which  should  be  regarded  only  as  preliminary  to  the  really  important 
questions  I  have  mentioned. 

G.  K.  BUR0BS8. — Mr.  Feild  is  perfectly  correct  in  stating  that  the 
object  of  the  Committee's  work  was  the  question  of  determining  tempera- 
tures. The  fundamental  idea,  of  course,  is  that  if  you  can  get  a  reliable 
method  of  temperature  observation  and  control,  it  is  obvious  that  the 
thing  to  do  is  to  tie  it  up  to  the  factors  in  steel  making  that  may  be  of 
interest  and  related  to  temperature,  such  as  the  reaction  in  the  furnace, 
life  of  the  roof,  and  ingot  properties,  etc. 
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There  are  two  distinct  questions  associated  with  the  concept  of  tem- 
perature: one  is  practical,  the  other  ia  theoretical.  Our  fundamental 
ideas  of  temperature  come  from  our  senses;  we  know  what  we  mean  by 
the  words  "hot"  and  "cold,"  or  by  saying  one  body  is  "hotter than 
another."  But  for  scientific  purposes  words  require  definition.  We  are 
guided  in  this  matter,  as  in  all  other  scientific  questions,  by  our  knowl- 
edge of  facts  of  observation. 

When  two  bodies  at  different  temperatures  are  intimately  associated, 
e.g.,  a  hot  stone  ia  dropped  into  a  pail  of  water,  our  elcperience  is  that 
ultimately  they  come  to  the  same  temperature  as  far  as  our  senses  can 
tell;  the  hot  body  becomes  colder  and  the  cold  body  hotter.  In  the  case 
of  a  block  of  ice  immersed  in  water,  the  ice  melts,  forming  cold  water, 
which  then  mixes  with  the  other  water,  the  final  result  being  water  colder 
than  the  original  water. 

From  our  knowledge  of  the  nature  of  heat  phenomena,  we  learn  that 
in  this  process  one  body  loses  heat  and  the  other  gains  heat,  the  condi- 
tion of  equilibrium  being  one  in  which  each  body  gains  as  much  heat 
as  it  loses.  It  is  distinctly  assumed  in  this  statement  that  only  two 
bodies  are  concerned  in  the  transfer  of  heat,  all  other  bodies  being  ren- 
dered in  some  way  impervious  to  heat.  The  body  that  in  the  process 
loses  heat  is  said  to  have  the  "higher  temperature"  while  the  body  that 
gains  the  heat  is  said  to  have  the  "lower  temperature;"  and,  when  ther- 
mal equilibrium  is  reached,  the  two  bodies  are  said  to  have  the  "same 
temperature."  Consequently,  the  temperature  of  a  body  may  be  de- 
fined, as  it  was  by  Maxwell,  as  "its  thermal  state  considered  with  refer- 
■ence  to  its  power  of  communicating  heat  to  other  bodies. " 

Experience  also  proves  that  if  we  have  three  bodies  A,  B,  and  C; 
if  A  is  at  the  same  temperature  as  B  and  as  C,  then  B  will  be  at  the  same 
temperature  as  C.  This  fact  is  the  basis  of  all  methods  of  thermometry. 
For  instance,  if  A  and  B  are  two  bodies  in  thermal  equiUbrium,  and  if  C 
is  an  ordinary  mercury  thermometer  in  equihbrium  with  A,  then  if  C  is 
placed  in  B,  it  will  indicate  the  same  "reading,"  showing  that  B  is  in 
equilibrium  with  it.     This  emphasizes  an  essential  feature  of  the  use  of  a 

*  PiofeflBor  of  Pbyeicfl,  Johns  Hopkins  Unireiwty. 
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thermometer:  It  must  be  in  such  a  relation  with  the  body  whose  tempera- 
ture is  desired  that  these  two  bodies  are  in  complete  thermal  equiUbrium. 
Experiments  have  shown  that  we  have  at  our  disposal  in  laboratories 
many  methods  by  which  definite  thermal  states  can  be  secured.  For 
instance,  if  a  rod  of  copper  is  placed  in  a  mixture  of  ice  and  water,  it 
always  assumes  the  same  length,  regardless  of  when  or  where  the  experi- 
ment is  performed;  a  piece  of  platinum  wire  will,  in  such  a  bath,  always 
have  the  same  electrical  resistance,  etc.  We  therefore  believe  that  we 
are  dealing  with  a  definite  thermal  condition.  The  same  is  true  of  the 
steam  rising  from  boiling  water  if  the  pressure  of  the  air  on  the  surface 
of  the  water  is  unchanged,  and  of  countless  other  so-called  "changes  of 
state." 

Therhghetrt 

The  practical  question  of  thermometry  is  to  devise  a  method  by  which 
numbers  may  be  given  the  temperature  of  any  state  of  thermal  equilib- 
rium; and,  obviously,  the  method  should  be  such  as  to  assign  always  a 
greater  number  to  the  higher  temperature.  The  theoretical  question 
is  to  learn  what  physical  property  of  the  molecules  of  a  body  it  is  that 
determines  its  temperature.  Great  difficulties  arise  instantly.  Assume 
that  we  have  adopted  a  thermometer  and  a  thermometric  scale  (as  will 
be  explained  later)  and  that  it  is  possible  to  insert  the  thermometer  into 
a  flame  in  such  a  manner  that  it  and  the  Same  come  to  equihbrium;  then, 
if  there  are  two  types  of  flames  or  even  the  same  type  of  flame  under  two 
conditions,  we  can  obtain  numbers  by  the  thermometer  "readings." 
Are  they  temperatures?  Supposing  one  reading  is  1500°  and  the  other 
1000°;  does  this  mean  that,  when  the  two  flames  are  placed  in  thermal 
communication,  the  former  will  lose  heat  and  the  latter  gain  heat?  In 
such  a  case  as  this  there  are  at  least  two  causes  of  uncertainty:  (1)  Is 
the  state  of  a  flame  such  as  to  justify  one  in  using  the  word  "tempera- 
ture"  in  connection  with  it?  (2)  Is  the  condition  of  the  thermometer 
when  it  ceases  to  change  such  that  it  is  in  thermal  equiUbrium  with  the 
flame?  This  same  uncertainty  arises  when  one  considers  inserting  a 
thermometer  in  an  arc-light,  in  an  electric  spark,  in  a  vacuum  tube  carry- 
ing an  electric  discharge,  and  in  numerous  other  cases. 

Therefore  in  the  preliminary  discussion  of  temperature  and  ther- 
mometry we  shall  exclude  all  such  cases  and  shall  assume:  (1)  That  the 
bodies  to  which  temperature  numbers  are  to  be  assigned  are  in  thermal 
equilibrium  free  of  all  electrical  or  chemical  changes,  and  (2)  that  the 
presence  of  the  thermometer  does  not  give  rise  to  any  such  changes. 
Thermal  equilibrium  between  the  body  and  the  thermometer  is  brought 
about  by  processes  of  heat-conduction.  The  process  of  radiation  is 
involved  in  those  methods  of  thermometry  in  which  the  thermometer  is 
not  inserted  in  the  body.     It  is  convenient,  therefore,  to  divide  the  sub- 
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ject  of  thermometry  into  two  divisions :  one  involving  the  insertion  of  the 
thermometer  in  the  body  and  therefore  heat-conduction;  the  other,  the 
use  of  a  thermometer  at  a  distance  and  therefore  radiation. 

CoNDUCTroN  Methods 

In  order  to  assign  a  number  to  a  thermal  state,  it  ia  impoasible  to  make 
use  of  our  temperature-sense,  but  an  obvious  method  is  to  make  use  of 
some  physical  property  of  a  definite  piece  of  matter,  which  property 
changes  in  amount  as  heat  leaves  this  body  or  is  added  to  it  and  which 
can  be  measured;  e.g.,  the  length  of  a  selected  copper  rod;  the  volume  of  a 
definite  quantity  of  mercury  held  in  some  solid;  the  pressure  of  a  definite 
volume  of  a  definite  mass  of  nitrogen;  the  electrical  resistance  of  a  definite 
platinum  wire;  etc.  Such  an  instrument  is  called  a  thermometer.  Of 
course  it  would  cease  to  be  useful  if  (1)  its  thermometric  property  ceased 
to  change  as  heat  was  abstracted  from  it,  or  (2)  it  underwent  such  changes 
owing  to  use  that,  when  replaced  in  the  same  thermal  state  after  such  use, 
it  gave  a  different  reading.  (In  some  cases  this  second  cause  of  trouble 
may  be  obviated). 

Having  selected  a  definite  physical  property  of  a  definite  body,  for 
instance,  the  length  of  a  copper  rod,  this  length  may  be  measured  at 
two  definite  thermal  states  to  which  arbitrary  numbers  are  assigned. 
Let  these  numbers  be  d  and  ti,  where  h  >  'i,  and  let  the  measured  quanti- 
ties be  fli  and  oj;  the  ratio  ;' — ~  is  chosen  as  the  measure  of  a  "degree." 
ii  —  ti 

Then,  for  the  number  to  be  given  the  temperature  of  any  thermal  state, 
let  a  be  the  measured  quantity  in  that  state,  t  the  temperature  of  that 
state  may  be  defined  as 


It  is  obvious  that  this  is  only  one  of  a  number  of  ways  in  which  a 
method  can  be  devised  for  assigning  a  number  to  the  temperature;  but 
it  certainly  is  the  simplest.  This  definition  of  t  leads  at  once  to  the 
proportion 

(   -  U  ^a   -  a,_ 

U  —  d      o»  —  Oi' 

and  a  reason  for  adopting  it,  apart  from  its  simplicity,  is  that,  when 
various  "thermometers"  are  used,  experiments  made,  taking  advantage 
of  a  large  number  of  definite  thermal  states,  prove  that  the  values  of 
t  obtained  do  not  difier  widely.  Of  course  they  differ,  but  not  as  much 
as  they  would  if  any  less  simple  definition  were  adopted. 

Id  this  connection  another  definition  is  useful;  this  is  the  "mean 


;,oogic 
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coefficient  of  change  of  a  between  U  and  f,  with  reference  to  fj."    This 

is  obviously  — -,,      , ->  and  may  be  written  a. 
fli  ti»  —  h) 
"Absolute  zero"  on  such  a  scale  is,  by  definition,  the  value  t  assumes 
when,  in  the  formula,  a  is  put  equal  to  zero.     (This  is  quite  regardless  of 
whether  or  not  it  is  possible  to  reduce  a  to  zero  by  any  physical  means.) 
Calling  this  calculated  value  to,  we  have 

io  =  i   -      "■       =  (   -    I . 
'      as  —^1       '       a 
t,  -  t, 
The  "absolute  temperature"  on  such  a  scale  is  defined  to  he  t  —  U; 
and,  calling  this  f.,  we  have 

,.  =  .1  +  ?_Z^'. 
a       at-  ai 

h  -  i\ 
On  the  centigrade  system,  which  is  now  universally  adopted,  the  two 
standard  thermal  states  selected  are  those  of  "equilibrium  of  ice  and 
water"  and  "equilibrium  of  water  and  steam,"  both  under  a  pressure  of 
76  cm.  of  mercury; "  and  to  this  interval  of  temperature  the  number  100  is 
given.     Hence,  on  this  centigrade  system, 
_  Ol  —  fli 
"  ~    lOOoi 

(,=  1  +  100?:--''^ 
a  at  —  at 

If  the  ordinary  scale,  not  the  absolute  one,  is  used,  it  is  necessary  to 
assign  also  a  number  to  either  of  the  standard  thermal  states;  and  in  all 
scientific  measurements  it  is  customary  to  give  the  number  zero  to  the 
temperature  of  "melting  ice,"      Thus 


fliM  —  an 
Certain  obvious  facts  should  be  noted: 

1.  If  different  properties  of  different  bodies  are  selected  for  thermo- 
metric  purposes,  that  is,  if  different  thermometers  are  used,  different 
values  of  t  will  be  obtained  for  the  same  thermal  state. 

2.  The  value  of  absolute  zero  will  be  different  for  different  thermometers. 

3.  The  value  of  absolute  zero  does  not  have  any  physical  importance. 

4.  To  say  that  a  body  expands  uniformly  with  change  in  temperature 
has  no  meaning  unless  the  particular  thermometer  used  to  give  the  numer- 
ical values  of  the  temperature  is  specified. 

Any  one  thermometer  may  be  caUbrated  in  terms  of  another  and  tiie 
demands  of  scientific  statement  require  that  all  temperatures  quoted  in 

i:.,i  ..I     G00<^lc 
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memoirs  and  reports  should  refer  to  the  same  iostrument.  Id  order  to 
secure  this,  a  definite  temperature  scale  has  been  adopted  known  as  the 
"Hydrogen  Scale,"  whose  specification  is  well  known. 

Certain  obvious  advantages  would  follow  if  a  method  of  thermometry 
could  be  devised  that  would  be  independent  of  the  nature  of  the  thermo-  . 
naetric  substance.  Lord  Kelvin  was  the  first  to  show  that  there  waa  so 
indefinite  number  of  such  methods,  if  one  could  make  use  of  Carnot's 
principle.  If  in  a  Camot  cycle  Qj  is  the  heat  absorbed  by  the  "working 
substance"  at  one  temperature  and  Qi  that  given  out  at  the  other, 
Caniot's  principle  is  that  the  ratio  Qt/Qi  is  independent  of  the  nature  of 
the  working  substance,  being  a  function  only  of  the  temperatiu-es  of  the 
two  baths  (or  reservoirs).  There  is  oo  practical  way  by  which  this 
simple  fact  may  be  used  directly  for  thermometric  purposes,  owing  to 
the  impossibility  of  securing,  in  practice,  a  Camot  cycle;  but  Kelvin 
showed  how  indirect  methods  could  be  used.  He  finally  adopted  the  fol- 
lowing definition  of  a  thermometric  scale;  calling  the  temperatures  of 
the  two  baths  Tt  and  Tc 

Ti  "  Oi 

-Either  a  definite  number  is  ass^ed  one  definite  thermal  state  or 
a  definite  number  is  asmgned  a  definite  thermal  interval,  e.g.,  100  to  the 
interval  between  "ice"  and  "steam." 

He  then,  in  collaboration  with  Joule,  deviseda  method  by  which  his 
scale  could  be  compared  experimentally  with  that  given  by  any  constant- 
pressure  gas  thermometer.  This  method  depends  on  the  expansion  of 
the  gas  through  a  porous  plug,  due  to  a  small  drop  in  pressure,  and  the 
measurement  of  the  ratio  of  the  drop  in  temperature  to  the  drop  in  pres- 
sure. Calling  this  ratio  ^,  the  purpose  of  the  experiment  was  to  deter- 
mine ^  as  a  function  of  temperature  and  pressure.  Kelvin  showed  from 
thermodynamic  reasoning  that,  if  ^  is  known  as  a/((,p),  it  is  possible  to 
obtain  exact  numerical  relations  between  his  scale  and  the  gas  scale. 
He  also  showed,  by  approximate  methods,  that,  if  he  adopted  the  centi- 
grade system,  T  =  273  +  t  approximately  over  a  limited  range;  so 
that  in  the  "correction  terms"  in  the  formulas  t  may  be  replaced  by 
T  —  273.  The  beat  modern  experiments  on  the  porous-plug  expansion, 
those  of  L.  G.  Hoxton  for  air  as  the  gas,  give  the  value  of  fi  over  the  range 
of  temperature  from  melting  ice  to  boiling  water.  Using  this  value, 
and  writing 


the  value  of  the  Kelvin  temperature  for  melting  ice  becomes 
,       r.T.oo'c^am-/..)       , 
r-  =  „  + -inn    ■  =1  +  " 


r  melting  ice  become 
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where  Tim  =  To  +  100,  pg  =  density  of  air  at  melting  ice,  C»  is 
the  mean  value  of  the  specific  heat  of  air  at  constant  pressure,  and  a  is 
the  mean  coefficient  of  expansion  of  air  at  constant  pressure,  i;  is  a 
"correction^ term;"  and  in  it  T^  may  be  placed  equal  to  273,  and  in  I, 
T  may  be  replaced  by  t  +  273.  This  gives  To  =  273.36.  For  any  tem- 
perature, the  theory  gives 

T-To  =  t  +  r,«t-  ^^°C,C/  -h)  ~t  +  t 
Pb 
where  t  is  the  correction  term. 
Two  facts  should  be  noted: 

1.  Kelvin's  theory  proves  that  there  is  a  definite  minimum  tempera- 
ture, which  may  properly  be  called  "absolute  zero;"  it  is  the  state  for 
which  T  becomes  equal  to  zero. 

2.  Any  temperature,  if  given  in  the  gas  scale,  may  be  expressed  on 
the  Kelvin  scale  provided  it  is  in  the  range  of  temperature  for  which  ft 
is  known. 

Radiation  Methods 

The  thermometric  methods  just  described  are  evidently  not  applicable 
to  extremely  hot  states,  e.g.,  the  carbon  poles  of  an  arc  light,  furnaces,  etc. 
Instead,  therefore,  of  attempting  to  secure  thermal  equilibrium  between 
a  thermometer  and  the  hot  body,  application  may  be  made  of  the  facts 
that  all  bodies  are  radiating  energy,  that  the  amount  radiated  varies 
with  the  temperature,  and  that  this  energy  may  be  measured.  It  is 
easily  observed  that  the  surfaces  of  difi'erent  bodies,  when  at  the  same 
temperature,  emit  different  amounts  of  radiation.  But  KirchhofE  proved, 
from  theoretical  considerations,  that  if  a  hollow  is  made  in  a  solid  body 
maintained  at  a  constant  temperature,  the  radiation  out  through  a  small 
opening  in  the  wall  is  independent  of  the  nature  of  the  solid  and  is  a  func- 
tion of  its  temperature  alone.  (Of  course,  "freak"  cases  are  excluded.) 
Such  radiation  is  called  "black-body  radiation;"  and  it  is,  as  Kirchhoff 
proved,  greater  than  is  emitted  from  the  surface  of  any  body  at  the  same 
temperature,  provided  this  emission  is  due  solely  to  the  thermal  state  of 
the  body,  that  is,  is  not  due  to  what  has  been  called  "lumeniscence." 
If  it  were  possible  to  obtain  a  body  that  would  absorb  all  radiation  in- 
cident upon  it,  it  would  be  called  a  black  body  and  its  surface  would 
emit  the  same  radiation  as  the  enclosure  just  described,  at  the  same 
temperature. 

The  radiation  from  such  an  enclosure  is,  then,  a  measure  of  its  tem- 
perature, and  it  is  possible  to  define,  in  any  way  deemed  desirable,  a  new 
scale  of  temperature  t  in  terms  of  the  radiation  Remitted  per  unit  of  time 
through  an  opening  of  a  definite  cross-section,  e.g.,  of  uinit  area. 
Simple  observations  prove  that  E  increases  when  the  temperature  is 
increased;  so  possible  scales  would  be 
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t  =  AB,  where  A  is  an  arbitrary  constant 

(  =  AE*  +  BE,  where  both  A  and  B  are  constants,  etc. 

Naturally  one  would  select  such  a  definition  as  would  make  t  on  tbiB 
new  scale  have,  if  possible,  the  same  value  as  (  has  on  some  standard 
scale,  e.g.,  a  gas  thermometer  using  the  centigrade  system,  for  those 
thermal  states  that  are  not  so  hot  as  to  preclude  the  use  of  such  a  conduc- 
tion instrument.  Experiments  have  shown  that  if  the  definition  adopted 
is 

E  =  A{t  + 273)* 

where  X  is  a  definite  constant,  this  condition  is  satisfied.  This  new 
scale  may  be  called  "radiation  temperature."  Obviously,  it  may  be  used 
for  temperatures  far  beyond  the  range  covered  by  a  gas  thermometer. 
Further,  if  the  radiation  from  the  surface  of  any  body  is  measured, 
this  same  formula  in  the  form  ^jS*  —  £maybeappUed;and  the  numerical 
value  of  S  may  be  deduced.  It  is  called  the  "black-body  temperature" 
of  the  body,  but  this  number  is  obviously  less  than  273  +  its  true  tem- 
perature. This  last  may  be  obtained  in  certain  cases,  however,  by  an 
indirect  method.  If  the  body  is  one  whose  properties  are  conditioned  by 
its  temperature,  we  have  the  law: 

Reflection  co^cient  +  transmission  coefficient  +  emissivity  =  1 
Let  us  asstune  that  these  first  two  may  be  measured.  The  emisaivity 
is,  by  definition,  the  ratio  of  the  emission  of  the  body  to  that  of  a  black 
body  at*  the  same  temperature.  Hence,  calhng  the  reflection  coefficient 
R,  the  transmission  coefficient  T,  the  black-body  temperature  of  the 
body  S, 

a  +  273)*  =  ^  "  "  "  ^ 
and  therefore  t  may  be  deduced. 

Other  radiation  methods  have  been  evolved.  If  that  part  of  the 
radiation  from  a  black  body  that  is  due  to  wave^  having  wave-lengths  in 
the  range  from  \  to  A  +  AX  is  called  E^AK,  experiments  prove  that  for 
radiation  in  the  visible  spectrum,  through  a  range  of  temperatures  where 
a  gas  thermometer  may  be  used. 

E^  =  c,X-»e">i'  +  aT3) 

where  t  is  gas-thermometer  temperature  and  Ci  and  Ci  are  definite  con- 
stants. Therefore  this  formula  may  be  used  to  deflue  a  new  temperature 
scale,  specially  for  very  hot  bodies;  and  the  values  of  t  obtained  agree 
with  both  those  given  by  the  radiation  method  previously  described. 

Both  the  radiation  formulas  for  black  bodies: 

Total  radiation 

E  =  A{t  +  273)*  (Stefan's  Law) 

and  partial  radiation 
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ffx  =  CiX-*e  "  *■<■'  +  2^3)  (Wien's  Law) 

have  a  thermodynamic  foundation.  It  may  be  proved  from  thermo- 
dynamic  reasoning,  with  certain  aesumptioos,  that  the  total  and  partial 
radiations  from  a  black  body  obey  the  laws 

E  =  AT*  and  E^  =  cX^'e"  >r 
where  T  is  Kelvin's  absolute  temperature.  Therefore  radiation  methods 
will  give  us  a  knowledge  of  Kelvin's  temperatures  for  very  hot  bodies; 
for,  as  stated  before,  in  ca-der  'to  define  the  Kelvin  scale,  it  is  sufficient  to 
assign  an  arbitrary  number  to  some  one  thermal  state,  e.g.,  373.36  to 
that  of  ' '  boihng  water ; ' '  then  E  may  be  measured  for  a  black  body  having 
that  temperature  and  A  may  be  deduced;  or,  using  two  known  values  of 
T  for  definite  thermal  states,  d.  and  ci  may  be  deduced;  consequentJy  the 
constants  being  known,  T  will  be  given  by  measurements  of  E  or  E^. 

The  results  of  experiments  on  porous-plug  expansion  are  to  show  that 
over  the  range  of  temperatures  between  melting  ice  and  boiling  water 
T  =  t  +  273,  approximately,  where  t  is  gas  temperature  on  the  centi- 
grade system,  and  radiation  experiments  prove  that  the  same  is  true 
approximately  for  higher  temperatures,  as  far  as  the  gas  thermometer  may 
be  used,  that  is,  the  constants  in  the  two  radiation  formulas  are  found  to 
be  the  same  when  obtained  by  either  process. 

Theory  of  Temperature 

In  the  discus«on  of  both  conduction  and  radiation  methods,  care 
has  been  taken  to  exclude  frojn  consideration  bodies  in  which  chemical 
or  electrical  actions  were  going  on  and  bodies  that  were  not  in  what  has 
been  called  statistical  equilibrium.  The  question  now  arises  aa  to  whether 
or  not  it  is  allowable  to  speak  of  the  temperature  of  such  bodies.  Light 
is  thrown  upon  this  from  the  dynamical  study  of  the  properties  of  bodies, 
considering  them  formed  of  molecules.  It  has  been  proved  that  for  a 
gas  in  a  state  of  equilibrium,  that  is,  when  it  is  not  Sowing  or  in  a  turbu- 
lent condition,  there  is  an  intimate  connection  between  its  mean  kinetic 
enei^  per  molecule,  and  its  temperature.  If  m  is  the  mass  of  each  of 
its  molecules,  and  if  u,  v,  w  are  the  components  of  the  velocity  of  the  center 
of  mass  of  any  one  molecule,  we  may  write  for  the  mean  kinetic  energy 
of  translation  of  the  molecules  }4{mu*  +  mv*  +  mw*) 

It  has  been  proved  that  n»u*  =  mv'  ==  mw*  =  RT  where  fi  is  a  definite 
constant  and  T  is  Kelvin's  temperature.  (If  we  adopt  the  centigrade 
system  and  use  other  deductions  from  the  kinetic  theory  as  applied  to 
actual  gases,  it  is  found  that  fi  =  9.3  X  10~"  approximately.)  Further, 
if  the  molecules  have  kinetic  energy  of  rotation,  each  of  the  "degrees  of 
freedom "  has  an  amount  of  mean  kinetic  energy  equal  to  i^^RT.  So 
far  as  the  mean  kinetic  energy  of  translation  is  concerned,  this  equals, 
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therefore,  %RT;  and  the  same  is  true  of  Bolids,  liquids,  and  the  "free 
electrons"  in  solids. 

It  is  clear,  then,  that  for  a  body  not  in  a  state  of  statistical  equilibrium 
it  is  not  allowable  to  use  the  word  temperature.  This  means  that  the 
word  should  not  be  used  with  r^erence  to  a  single  molecule  or  to  such 
phenomena  as  occur  in  moat  flames,  or  in  an  electric  spark  or  discharge. 
It  is  true  that  bodies  iflaced  in  flames,  sparks,  etc.,  may  assume  definite 
temperatures,  but  this  does  not  affect  the  statement  just  made. 

Prom  the  standpoint  of  experiment,  the  fundamental  question  is  to 
determine  when  a  body  is  in  a  state  of  statistical  equilibrium  and,  there- 
fore, has  ite  properties  conditioned  by  temperature.  Unfortunately 
this  cannot  be  done  with  certainiy  in'  all  cases;  general  principles  are  the 
only  guides; 

There  are,  however,  certun  cases  in  which  the  body  is  not  in  thermal 
equilibrium,  and  where  the  word  "temperature"  may  beused.  Consider 
a  vessel  of  water  placed  on  a  stove,  we  say  that  its  "temperature  rises, " 
thus  attaching  a  meaning  to  the  word  at  any  instant.  Again,  consider 
a  current  of  air  moving  with  a  uniform  velocity,  if  a  thermometer  were 
to  move  with  the  gas  at  the  same  velocity,  it  would  register  the  true 
temperature  of  the  gas;  but  this  temperature  is  not  that  which  would  be 
indicated  by  a  thermometer  at  rest  in  the  moving  gas,  nor  is  it  the  tem- 
perature of  the  solid  walls  of  the  tube  through  which  the  gas  is  flowing. 
We  may  often  think  of  certain  limits  of  temperature  between  which  a 
certain  body  must  lie  when  it  is  not  in  a  condition  of  equilibrium;  thus, 
one  limit  would  be  that  which  corresponds  to  its  mean  molecular  kinetic 
energy  of  translation.  But,  in  general,  it  is  safest  to  limit  the  use  of  the 
word  temperature  to  bodies  in  the  state  of  equilibrium  and  even  then  to 
those 'bodies  for  which  there  is  reason  for  believing  that  their  state  is 
conditioned  by  their  mean  moleciUar  kinetic  energy. 
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Standard  Scale  of  Temperature 

BT  C.  W.  WAIDNER,   E.   r.  HCXLUB,   ANI>  PAUL  D.  FOOTE,   WABHINQTON,  D.   C. 

(Qiloaso  Mestina,  Sepl«iidiir.  1B19) 

The  standard  Bcale  of  temperature  that  it  ia  attempted  to  realize  in 
practice  is  the  centigrade  thermodynamic  scale,  as  defined  by  Kelvin 
about  the  middle  of  the  last  century.  This  scale  would  be  exactly 
realized  with  a  perfect'  gas  in  an  ideal  gas  thermometer,  and  is  closely 
realized  with  the  more  permanent  gases.  From  the  departure  of  certain 
properties  of  these  gases  from  those  of  a  perfect  gas,  it  is  possible  to  deduce 
the  amount  of  the  departure  of  the  temperature  scales,  defined  by  their 
use,  from  the  thermodynamic  scale. 

In  nearly  all  the  precise  experimental  work  done  during  the  latter 
part  of  the  last  century,  it  was  necessary  for  the  experimenter  to  estab- 
lish his  own  gas-thermometer  scale,  and  the  labor  involved  in  this  was 
often  greater  than  that  involved  in  the  prime  object  of  the  experimental 
work  undertaken.  The  experimental  difficulties  involved  in  gas  ther- 
mometry led  to  the  establishment  of  temperature  scales  differing  from  one 
another  by  amounts  considerably  greater  than  could  be  accounted  for 
by  the  differences  in  the  properties  of  the  gases  used.  Results  were, 
therefore,  expressed  in  terms  of  somewhat  different  temperature  scales, 
making  correlation  of  such  results  difficult  and  uncertain. 

International  Hydrogen  Scale 

The  first  standard  temperature  scale  to  receive  fairly  general  scientific 
recognition  was  the  so^alled  international  hydrogen  scale  defined  by 
the  following  resolution  of  the  International  Committee  on  Weights  and 
Measures,  adopted  Oct.  15,  1887.  "The  International  Committee  on 
Weights  and  Measures  adopts  as  the  standard  thermometric  scale  for  the 
international  service  of  weights  and  measures,  the  centigrade  scale  of  the 
hydrogen  thermometer,  having  as  fixed  points  the  temperature  of  melting 
ice  (0°)  and  of  the  vapor  of  distilled  water  boiling  {100°)  at  standard 
atmospheric  pressure,  the  hydrogen  being  taken  at  an  initial  manometric 
pressure  of  1  meter  of  mercury,  that  is  to  say,  -a^  =  1.3158  times  the 
standard  atmospheric  pressure." 

>  Buckingham:  U.  S.  Bureau  of  Standards  BuO.  6  (1910}  400.  (Bureau  of  Stand- 
ards Sci.  Paper  136.) 
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In  practice,  this  scale  in  the  interval  —  25°  ta  +  100°  haa  been 
realized  and  made  available  by  means  of  primary  standard  mercurial 
thermometers  made  of  French  hard  glass  (verre  dur).  Eight  thermome- 
ters, four  in  the  range  below  0°  and  four  in  the  range  0°  to  100",  were 
compared  by  Chappuis*  with  the  hydrogen  gas  thermometer.  In  this 
way  Chappuis  determined  the  difference  between  the  mean  verre  dur  scale 
defined  by  the  eight  standard  thermometers  and  the  scale  defined  by  the 
hydrogen  thermometer. 

The  scale  is  distributed  to  the  scientific  world  by  the  International 
Bureau  of  Weights  and  Measures  through  verre  dur  thermometers,  the 
several  corrections  (calibration,  internal  and  external  pressure  coeffi- 
ciente,  and  fundamental  interval*)  for  which  have  been  determined  by 
that  Bureau.  The  assumption  is  made  that  the  verre  dur  scale  defined  by 
these  standardized  thermometers  differs  from  the  hydrogen  scale  by  the 
same  amount  as  does  the  mean  scale  of  the  thermometers  originally 
standardized  by  Chappuis.  The  thermometeis  distributed  by  the  Inter- 
national Bureau  are  but  rarely  compared  with  the  primary  standards 
of  that  Bureau  to  determine  to  what  extent  the  scale  defined  by  the  newer 
thermometers  differs  from  that  of  the  original  standards.  It  has  been 
found  that  the  scales  defined  by  two  different  thermometers  of  verre 
dur  may  differ  from  each  other  by  over  0.01°. 

Pboposed  International  Scale  of  Tbuperatubes  in  the  Interval 
^  -  40°  TO  1100°  C. 

When  the  several  national  laboratories*  undertook  the  standardiza- 
tion of  temperature-measuring  instruments,  it  became  necessary  to 
extend  the  limited  temperature  scale  distributed  by  the  International 
Bureau  to  higher  temperatures  on  the  one  hand  and  to  lower  temperatures 
on  the  other.  The  method  used  by  all  of  the  laboratories  in  extending 
the  standard  temperature  scale  consisted  in  the  adoption  of  certain  fixed 
points  defined  by  the  freezing  (melting)  or  boiling  points  of  certain  pure 
substances,  these  fixed  points  having  been  determined  on  the  scale  of 
some  gas  thermometer  by  a  number  of  different  observers.  According 
to  the  interpretation  of  the  available  data,  small  differences  in  the  tem- 
perature scales  adopted  by  the  national  laboratories  thus  resulted.  With 
a  view  to  reaching  international  uniformity  in  the  temperature  scales 
employed,  correspondence  was  carried  on  between  the  several  laborato- 

'  Trav.  et  Mem.,  Bur.  Int.  (1888)  6. 

*  For  discussion  of  these  correctaons  see  Wfiidaer  and  Dickinsoa,  U.  S.  Bureau  of 
auodards  BiiU.  3  (1907)  667  (Bureau  of  Standards  Set.  Paper  69)  or  Bureau  of 
Standards  Circular  8,  2d  Edition,  20. 

'  The  Phyfdkaliach-Technifiche  Reichsanstalt  at  Gbarlottenburg,  Germaay;  the 
National  Phyaiaal  Laboratory  at  Teddington,  England,  and  the  National  Bureau  of 
Standards  at  Waahington. 
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ries  during  the  years  1912  to  1914.  When  tbese  negotiations  were  inter- 
rupted by  the  war,  agreement  had  been  reached  on  the  essential  pnncipleB 
to  be  followed  and  on  moet  of  the  necessary  details.  The  plan  practi- 
cally agreed  upon,  but  which  failed  to  reach  the  stage  of  ratification, 
was  similar  to  that  followed  in  defining  the  electric  units.  It  was  agreed 
to  define  aa  the  fundamental  scale,  the  centigrade  thermodynamic  scale 
and,  in  addition,  to  establish  a  practical  or  workii^  scale  that  should 
realize  this  fundamental  scale  as  closely  as  was  possible  in  the  existing 
state  of  knowledge.  The  practical,  or  working,  scale  that  had  been  out- 
lined m  the  correspondence  has  served  as  the  working  scale  of  the  several 
laboratories  since  1914,  although  there  are  a  few  minor  differences 
due  to  the  fact  that  final  agreement  was  not  reached.  In  December, 
1915,  the  Reichsanstalt,  through  its  President,  Warburg,*  anhaunced 
that  after  Apr.  1,  1916,  it  would  adopt  a  new  temperature  scale.  In 
the  interval  —  40"  to  1100°,  this  scale  is  practically  identical  with  that 
outlined  in  the  correspondence  between  the  laboratories. 

Temperature  Scaie  in  the  Interval  —  40°  to  450°  C. — In  the  interval 
—  40°  to  450"  C,  the  temperature  scale  now  used  is  that  defined  by  the 
platinum^resistance  thermometer,  calibrated  at  the  temperature  of  melt- 
ing ice  (0°),  the  temperature  of  saturated  steam  (100°),  and  of  sulfur  vapor 
(444.6°)  all  under  standard  atmospheric  pressure.* 

The  relation  between  the  resistance  R,  the  platinum  temperature  and 
the  temperature  /  is  expressed  by  the  Calleadar  formulas 

iviOd  —  -n-a 

'-"'-'(Bo-Oii) 

The  purity  of  the  platinum  is  specified  by  the  mean  temperature  co- 
efficient of  resistance  between  0°  and  100°,  which  coefficient  should  be  not 
less  than  0.00388  and  by  the  constant  S  in  the  above  formulas,  which 
should  be  not  greater  than  1.52. 

'  Arm.  Phyg.  (4)  (1915)  48,1034. 

■The  standard  atmoephetio  preeeure  ie  defined  as  equivalent  to  the  prewure 
exerted  by  a  column  of  mercury  760  mm.  in  height,  the  mercury  being  at  0°  C.  ftnd  sub- 
ject to  &  gravitational  force  correaponding  tog  =  980.665  cm.  per  aeo. 

Previous  to  1914  the  only  preoiee  formulas  for  expreeaing  the  variation  with  pres- 
sure of  the  boiling  point  of  sulfur  were  these  of  Holbom  and  Henning  and  of  Harker 
and  Sexton.    These  are  respectively: 

t  -  tiu  +  0.0910  (p  -  760)  -  0.000043  (p  -  760)>  ■ 

I  -  tju+  0.0904  (p  -  780)  -  0.000052  (p  -  760)* 

In  the  correspondenoe  between  the  national  laboratories,  it  had  been  agreed  that 

the  equation  t  -  hn  +  0.0908  (p  -  760)  -  0.000047  (p  -  760)'  best  lepresenta  the 

relation.    I«ter  experimental  work  at  the  Bureau  of  Standards  (published  in  Jnl. 

Am.  Chem.  Soo.  41,  7fi9,  1919)  led  to  the  equation 

(  -  (>..  +  0.0910  (p  -  760)  -  0.000049  (p  ~  760)' 
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The  sulfur  boiling  point  is  to  be  determined  in  the  conventional  form 
of  sulfur-boiling  apparatus  originally  used  by  Callendar  and  Griffiths. 
Full  details  concerning  the  experimental  methods  to  be  used  and  the 
precautions  to  be  observed  have  been  published  by  several  investigators, 
the  most  recent  being  Meissner^  and  Mueller  and  H.  A.  Bui^ess.*  Day 
and  Sosman*  have  summarized  the  more. important  determioatioDS  of 
the  temperature  of  the  sulfur  boiling  point.  To  their  table  should  be 
added  the  determination  made  by  Eumorfopoulous^"  in  1914.  Their 
table  shows  that  determinations,  previous  to  1908,  indicate  a  value  of 
about  444.9°  C.  on  the  thermodynamic  scale,  while  the  later  determina- 
tions indicate  a  value  somewhat  higher  tlian  444.5°.  It  appears  that  if 
any  weight  whatever  is  to  be  given  to  any  determinations  other  than  those 
of  Holborn  and  Henning  and  Day  and  Sosman,  the  value  444,6°  should 
be  cboeen  in  preference  to  444.5°. 

However,  since  final  ratification  of  the  agreement  on  the  sulfur 
boiling  point  had  not  been  reached,  the  several  laboratories  are  not 
using  identical  values  for  this  constant.  The  National  Physical  Labora- 
tory has  apparently  "  not  changed  from  the  old  value  of  444.53°,  as  de- 
termined by  Callendar  and  £.  H.  Griffiths,  on  the  scale  of  the  constant- 
pressure  air  thermometer.  This  temperature  is  now  interpreted  by 
that  laboratory  as  being  on  the  thermodynamic  scale.  The  announce- 
ment of  the  Reichsanstalt,  already  referred  to,  shows  that  that  institu- 
tion is  using  444.55°  as  the  temperature  of  the  sulfur  boiling  point,  while 
the  Bureau  of  Standards,  for  reasons  given  above,  is  using  444.6°.  A 
change  of  0.1°  in  the  temperature  chosen  for  the  sulfur  boiling  point 
corresponds  to  a  change  of  about  0.4  per  cent,  in  S,  which  would  affect 
the  temperature  scale  by  less  than  0.002°  at  50°  C. 

It  is  worthy  of  note  that  the  several  national  laboratories  have,  in 
effect,  abandoned  the  international  hydrogen  scale  either  as  an  ultimate 
standard  or  as  a  working  standard.  It  is,  therefore,  a  matter  of  great 
interest  to  determine  whether,  in  actual  practice,  the  scale  used  by  these 
laboratories  differs  measurably  from  the  hydrogen  scale  of  the  Inter- 
national Bureau.  The  results  of  numerous  unpublished  intercompari- 
sons  of  the  sc^e  defined  by  platinum  resistance  thermometers  and  the 
hydrogen  scale,  derived  from  the  mean  of  a  large  number  of  verre  dur 
thermometers,'*  show  that  the  scale  defined  by  the  platinum  resistance 


^  Ann.  Phyi.  [i]  (1912)  39, 1230. 
■  JnL  Am.  Chem.  Soc.  (1919)  41,  745. 
*  Am.  Jfd.  Sci.  (1912)  88,  530;  Ann.  Phys.  (1912)  36,  865. 
"  Proc.  Royfc!  Soc.  London   (1914)  A  90, 189. 

»  See  Ezer  Griffiths :  "  Methods  o[  Measuring  Temperature,"  8.     Ch&rles  Griffin 
A  Co.,  1918. 

'*  Waidner  and  Dickinson:  Op.  cit. 
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thermometeT  is  in  agreement  with  the  hydrogen  scale  of  the  International 
Bureau  to  well  within  the  limits  of  accuracy  with  which  the  latter  scale 
has  been  distributed  to  the  scientific  world  by  means  of  standardised 
primary  standard  verre  dur  thermometers.  The  advantage  of  using  the 
platinum  resistance  thermometer  to  define  the  standard  scale  lies  in  the 
fact  that  platinum  of  the  required  purity  is  readily  available,  that  its 
purity  is  easily  verified,  and  that  the  standard  scale  in  the  interval  0" 
to  100°  can  be  reproduced  in  any  part  of  the  world  to  an  accuracy  of 
0.002"  or  0.003°. 

It  may  be  noted  that  the  adoption  of  the  platinum  resistance  ther- 
mometer to  define  the  standard  scale  of  temperature  embodies  the  essen- 
tial features  of  the  practical  tbermometrlc  standard  proposed  by  Callendar 
to  the  British  Association  in  1899." 

A  number  of  fixed  points  within  the  above  range,  useful  for  the  cali- 
bration of  temperature  measuring  instruments  other  than  standard  resist- 
ance thermometers  had  been  practically  ^r^ed  upon,  as  shown  in  Table  1. 
The  freezing  points  of  cadmium  and  zinc  are  convenient  lower  fixed  points 
for  the  calibration  of  high  temperature  thermocouples. 

Table  1. —Fixed  Points  in  the  Interval  ~  40°  to  450°  C. 

Fieeiing  point  of  mercury —  38.88 

FreezinK  point  or  tin 231. 84* 

Freesmg  point  of  cadmium 320 . 9 

PYeeiing  point  of  lino 419.4" 

Boiling  point  of  naphthalene 217.96  +  O.OfiS  (p  -  760) 

Boiling  point  of  bemophenone .'305.9    +  0.063  (P  -  760)« 

■  Recent  ()et«nniuatiQiiH  with  the  redst&nce  thermometer  calibrated  at  0°,  100°, 
and  the  boiling  point  of  sulfur  (444.6°),  of  the  freeiing  points  of  very  pure  specimens 
of  tin  and  zinc  lead  to  the  values  231.88°  and  419.44*,  respectively.  It  is  apparently 
difficult  to  produce  benEophenone  of  sufficient  purity  to  serve  for  reproducing  the  stand- 
ard temperature  and  so  far  as  known  the  temperature  given  Ih  obtained  only  with 
Kahlbaum's  purest  material.  See  U.  8.  Bureau  of  Standards  BviL  7  (1910)  6. 
(Bureau  of  Standards  Set.  Paper  143.) 

Temperature  Scale  in  the  Interval  450°  to  1100°  C.-^In  the  interval 
450°  to  1100°  C,  the  practical  scale  is  defined  by  the  fixed  (freezing) 
points  given  in  Table  2,  which  are  practically  identical  with  the  values 
of  Day  and  Sosman"  when  reduced  to  the  thermodynamic  scale,  the 
resulting  values  being,  in  general,  rounded  off  in  the  direction  of  higher 
temperatures  in  view  of  the  fact  that  the  previously  accepted  values  for 
these  fixed  points  were  higher. 


»  Keport  British  Assn.  Dover  (1899)  242. 

"Am.  Jnl.  Set.  (1910)  29,  93;  (1912)  S3,  517.    Also  L.  H.  Adams:  JnL  Am. 
Chem.  8oc.  (1914)  U,  66. 
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Table  2. — Standard  Freezing  PoirUs* 

Antimony 630 

Silver 960.fi 

Gold 1063 

Copper,  free  from  oxide 1083 

■  The  fieeung  point  given  for  ADtimony  is  apparently  attained  only  with  the 
pure  metal  supplied  by  Kahlbaum.  See  U.  3.  Bureau  of  Standards  BuO.  6  (1910) 
164.  (Bureau  of  Standards  Sd.  Paper  124.)  Final  agreement  was  not  reached  aa  to 
whether  960.6°  or  961°  is  the  better  value  to  be  taken  as  the  freeiing  point  of  silver. 
The  Retchsanstalt  announcement  gives  960.5'. 

The  instrumeat  commonly  employed  for  interpolation  between  these 
fixed  points  is  the  platinum,  90-per  cent,  platinum,  10-per  cent,  rhodium 
thermocouple  calibrated  at  three  temperatures;  the  relation  between 
temperature  t  and  electromotive  force  «  being  expressed  by  the  formula 
e  =  a  +  bt  +  d*.  The  points  usually  cht^en  for  the  standardization 
of  these  couples  are  the  freezing  points  of  zinc  (or  cadmium),  antimony, 
and  copper.  Other  convenient  secondary  calibration  points  in  the  in- 
tervid  are  aluminum  (freezing  point)  658.7°  for  a  sample  99.66  per  cent, 
pure,  and  sodium  chloride  (freezing  point)  801°  C.  The  freezing  point 
of  the  latter  substance  is  less  sharply  defined  and  is  not  quite  as  satis- 
factory as  a  fixed  point  as  are  the  freezing  points  of  the  metals. 

It  is  a  rather  remarkable  fact  that  the  scale  defined  by  the  platinum 
resistance  thermometer  calibrated  in  ice,  steam,  and  sulfur  vapor  (444.6°) 
is  in  agreement  up  to  1100°  with  the  scale  defined  by  the  thermocouple 
calibrated  at  three  points  as  above  described." 

TempertUure  Scale  Above  1100°  C. — In  the  correspondence  between  the 
national  laboratories,  no  attempt  had  been  made  to  agree  on  a  uniform 
scale  above  1100°  C.  The  only  gas-thermometer  data  that  could  receive 
consideration  for  the  purpose  of  establishing  a  standard  temperature 
scale  above  1100°  is  that  of  Day  and  Sosman.  Whatever  temperature  is 
considered  as  the  upper  limit  of  precise  gas  thermometry,  it  is  evident 
that  the  scale  above  this  limit  must  be  based  on  physical  laws  having 
sound  theoretical  or  experimental  support.  The  method  generally 
followed  was  to  extend  the  thermometric  scale  from  the  r^ion  of  known 
temperatures,  as  determined  by  the  gas  thermometer,  by  the  aid  of  the 
radiation  laws.  The  two  laws  most  satisfactory  for  this  purpose  are 
represented  by  the  Planck  and  the  Stefan-Boltzmanu  equations.  Of 
these  two  laws  the  latter  has  a  stronger  theoretical  basis,  but  has  been  less 
frequently  applied  on  account  of  the  greater  difficulties  of  experimental 
manipulation  involved.  The  former,  for  the  wave-lengths  of  the  visible 
spectrum,  reduces  to  the  well-known  Wien  formula  from  which  it  follows 
that 

"  Waidner  and  Bu^esa;  U.  S.  Bureau  of  Standards  BvU.  6  (1910)  182.  (Bureau 
of  Standards  Sei.  Paper  124). 
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where  ^i  and  Jt  are  tb'e  inteneities  of  black-body  radiation  of  wave-length 
X  at  absolute  temperatures,  0i  and  6t,  respectively,  and  d  is  the  funda- 
mental constant  of  the  Planck  equation. 

It  will  be  seen  from  this  equation  that  any  high  temperature  Oi 
(absolute)  may  be  determined  from  a  measurement  of  the  ratio  of  the  in- 
tensity of  black-body  radiation  for  a  given  wave-length  X  to  the  intensity 
of  black-body  radiation  for  the  same  wave-length  at  some  accu- 
rately determined  lower  temperature  fli  (absolute).  The  temperature 
scale  will  depend  on  the  value  chosen  for  Cj,  the  constant  of  the  Planck 

.  equation.  In  all  of  the  earlier  work,  the  value  taken  for  this  constant 
was  14,500  or  14,600  micron  degrees.  In  1906,  Holbom  and  Valentiner" 
published  the  results  of  an  investigation  that  led  them  to  assign  the 
value  14,200  to  this  constant.  The  large  difference  between  this  value 
and  the  ones  previously  accepted  led  to  further  extensive  researches  at 
the  Reichsanstalt  and  at  the  Bureau  of  Standards.  A  summary  of  this 
later  work  may  be  found  in  a  paper  by  Coblentz."  As  a  result  of  this 
more  recent  work,  the  Bureau  has  been  led  to  adopt  14,350  for  the  value 
of  the  constant  &i  of  the  Planck  equation.  The  Reichsanstalt  is  using 
the  value  14,300  for  cj. 

The  most  important  fixed  points  in  the  range  above  1100°  C.  are  the 
melting  points  of  palladium  and  platinum.  Some  of  the  more  important 
experimental  work  that  has  been  done  in  the  determination  of  these 

.  fixed  points  is  discussed  below. 

Melting  Point  of  Palladium. — Day  and  Sosman  extended  their  gas- 
thermometer  measurements  to  the  melting  point  of  palladium.  Using 
a  crucible  method,  the  e.m.f.  of  standard  rare-metal  thermocouples  was 
obtained  at  the  melting  point  of  palladium  and  the  couples  were  standard- 
ised by  direct  comparison  with  the  gas  thermometer.  The  couples, 
accordii^ly,  served  only  as  a  means  of  transfer  from  the  crucible  of 
palladium  to  the  furnace  containing  the  thermometer  bulb.  The  result 
pf  the  single  experiment  attempted  at  this  extreme  temperature  for  the 
gas  thermometer  gave  1549.2  ±  2.0°  C.  for  the  melting  point  of  p>alladium. 
To  this  value  may  be  added  a  rather  uncertain  correction  of  about  0.8° 
to  take  account  of  the  deviation  of  the  temperature  scale  defined  by  the 
constant-volume  nitrogen  gas  thermometer,  at  the  pressures  employed, 
from  the  ideal  thermodynamic  scale.  As  a  final  corrected  value  we  thus 
obtain  1550°  ±  2°  C.  A  chemical  analysis  of  the  palladium  showed  that 
it  was  of  extremely  high  purity.  This  value  of  1549°  C.  was  used  quite 
generally  for  several  years.    Since  1916,  however,  the  Reichsanstalt" 

"  Ann.  Phya.  [4]  (1906)  22,  1. 

"  U.  S.  Bureau  of  Standardo  BuU.  13  (1917)  459.       "  -       -     -    - 

Paper  2Si.)    ' 
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has  adopted  the  valae  1557°  C.  for  the  melting  point  of  palladium,  and 
1764°  C.  instead  of  1755°  C.  for  the  melting  point  of  platinum.  More 
recently  the  laboratories  of  the  General  Electric  Co."  have  agreed  to  use 
the  value  1555°  C.  for  the  melting  point  of  palladium. 

The  evidence  that  the  determination  of  Day  and  Sosman  is  low 
is  based  on  the  data  obtained  by  extrapolation  of  the  optical  temperature 
scale  using  Wien's  (or  Planck's)  law.  The  melting  point  of  gold  is  gen- 
erally  agreed  upon  as  1063°  C.  Hence  if  we  measure  for  a  given  wave- 
length the  ratio  of  the  br^htness  of  a  black  body  at  the  temperature  of 
melting  palladimn  to  that  of  a  black  body  at  the  temperature  of  melting 
gold,  knowing  Ct,  the  melting  point  of  gold,  and  the  value  of  this  ratio 
R,  the  temperature  of  the  melting  palladium  may  be  computed  by  the 
formula  already  given: 

where 

O^u  =  absolute  temperature  of  melting  gold; 

Spi  =  absolute  temperature  of  melting  palladium; 

Jpd  =  intensity  of  radiation  for  wavelength  \  from  a  black 

body  at  a  temperature  6pj; 
Ja„  =  intensity  of  radiation  for  wave-length  X  from  a  black 
body  at  a  temperature  O^u- 

If  in  this  formula  we  substitute  the  values  Ct  =  14,350  and  ^au  =  1336, 
we  obtain : 

Nemst  and  V.  Wartenberg*"  measured  the  value  of  the  ratio  R  for 
X  =  0.5896/1  by  means  of  a  Wanner  pyrometer,  which  is  essentially 
the  Konig-Martens  spectrophotometer.  The  gold  or  palladium  in  the 
form  of  wire  was  gradually  heated  in  an  iridium-tube  furnace.  The 
melting  point  was  indicated  by  the  breaking  of  an  electric  circuit  of 
which  the  wire  formed  a  part.  The  value  thus  found  was  R  ~  131. 
Substituting  this  value  in  formula  2  we  obtain  Bp^  o  1551°  C.  on  the  basis 
of  9au  =■  1063°  C.  and  c»  =  14,350. 

Holbom  and  Valentiner*^  using  the  wire  method,  an  iridium  furnace, 
and  a  Lummer-Brodhun  spectrophotometer  obtained  the  following 
values  of  R  from  which  are  recomputed,  in  column  3,  on  the  basis  of  Ci  = 
14,350,  the  corresponding  values  of  the  melting  point  of  palladium.  The 
mean  1573°  C.  is  confirmed  by  their  work  with  the  gas  thermometer, 

"  Hjrde:  Oen.  She.  Re».  (Oct.,  1917).  ■•  Verh.  Phyt.  Oet.  (1906)  B,  iS-BS. 
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which  gave  a  final  value  of  1575°  C.  It  ia  impoBsiblfi  to  account  for  these 
high  determinations  since  the  experimental  work,  at  least  from  the  optical 
aide,  appears  most  carefully  done. 


i                                        03.1 

1676 

92. e 

1674 

90.3 

1670 

)                                      153.5 

1OT4 

1                                      229.0 

1S73 

1673 

Hoffmann  and  Meissner**  have  performed  a  series  of  experiments, 
only  the  summary  of  which,  however,  has  been  published.  Using  a 
spectrophotometer  at  various  wave-lengths  and  using  black  bodies 
immersed  in  baths  of  freezing  gold  and  of  palladium  as  well  as  employing 
the  usual  wire  method,  the  following  values  of  R  reduced  to  a  common 
wave-length  were  obtained.  In  the  third  column  is  given  the  corre- 
sponding melting  point  of  palladium  computed  for  c*  '^  14,350.  On 
the  basis  of  A  =  81 .5  for  \  =  0.6563/1  and  ct  =  14,3^,  the  above  referred 
to  temperature  scale  of  Rcichsanstalt  was  adopted. 


0.6563f<  80.5  1552 

81.4  1564 

81.6  1554 

The  work  of  Hyde,  Cady,  and  Forsythe,**  which  forms  the  basis  for 
the  adoption  by  the  General  Electric  Co.  of  the  value  1555°  C.  for  palla- 
dium, has  never  been  published  in  detail.  They  state  that  for  the  effect- 
ive wave-length  of  a  piece  of  red  glass  "slightly  thicker  than  the  standard 
sample  here  investigated,"  for  which  this  wave-length  was  determined 
"aa  a  result  of  ten  determinations  extending  over  a  year  and  a  half,  the 
ratio  76.9  was  obtained."  The  wave-length'*  employed  was  X  = 
0.6661^  (private  letter  to  the  authors).  Hence  on  the  basis  of  gold  = 
1063°  C.  and  cj  =  14,350,  this  ratio  gives  1555°  C.  for  the  melting  point 
of  palladium. 

Mendenhall,**  using  the  wire  method  and  a  spectral  pyrometer  and 
assuming  the  melting  points  of  gold  and  palladium  to  be  1063°  C.  and 
1549°  C.  reepectively,  obtained  Cj  =  14,413  from  measurements  of  the 

"Zeitf.  Iwt.  (1912)  82,  201;  (1913)  »S,  95,  157. 

•»  A«lropliV»-  Jnl.  (1915)  *3,  300. 

"  For  methoda  of  computJng  and  for  definition  of  effective  wave  length  see  Hyde, 
Cady  and  Foraythe,  loc.  cil.  and  Foole:  U.  8.  Bureau  of  Standarda  BuU.  12  (1916) 
483-501. 

"Phy,.  Rai.   [21  (1917)  10,  522. 
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ratio  R.  The  actual  values  of  R  are  not  given  but  the  data  permit  the 
calculation  of  R  for  any  arbitrary  wave-length.  Thus,  for  X  =  0.65^ 
the  foregoing  data  require  that  R  ^  83.7.  Using  this  value  of  R  and 
c»  =  14,350,  we  find  from  formula  2  that  Opj  =  1825°  absolute  or  1552"  C- 

In  another  series  of  experiments  in  which  the  ratio  of  brightnesses  of 
a  black  body  at  a  temperature  9i  =  1604°  absolute,  and  a  black  body  at  a 
temperature  0j  =  2734°  absolute  was  measured,  the  value  ci  =  14,394 
was  obtained.  Since  assigning  values  to  Sa„,  Sp4  =  1822°  absolute  and 
ct  fixes  the  ratio  Jpd/JAu  for  any  color,  this  ratio  may  be  computed  for 
&t  =  14,394.  Using  the  ratio  thus  obtained  Bn  may  be  recomputed  for 
Ct  =  14,350.  This  gives  1651°  C.  for  the  melting  point  of  palladium. 
The  temperature  0i  was  defined  in  terms  of  the  Day  and  Sosman  scale 
based  on  the  melting  point  of  palladium  1549°  C,  and  9^  was  measured 
by  an  application  of  the  Stefan-Boltsmann  law.  This  method  of  com- 
putation accordingly  assumes  that  an  error  in  the  temperature  scale  at 
1549°  C.  necessitates  some  error  at  1604°  absolute,  an  assumption  which 
b  not  absolutely  justified.  Hence  the  value  of  1551°  C.  is  omitted  from 
Table  3. 

Maoy  other  determinations  of  the  melting  point  of  palladium  have 
been  made  by  various  investigators  but  most  of  these  have  taken  no 
account  or  improper  account  of  the  wave-length  of  the  glass  employed  in 
the  eyepiece  of  the  pyrometer  and  hence  their  data,  either  with  a  sector 
disk  or  absorption  glass,  are  unreliable.  We  have  recomputed  the  data 
of  Waidner  and  Burgess,^  in  which  a  sector  disk  was  used.    The  proper 

Table  3. — Meliing  Point  of  Palladium. 
cs  =  14,350;  MeUing  Point  of  Gold  =  1063°  C.  ' 


D»y  uid  Soaman I  Gas  thermotnetor  corrected  to  thermo-: 

dynamic  scale.  1 

Nernst  A  Wutenberg |  Batio  of   brightncM   Pd/Au,    Wanner 

pyrometer.  | 

HofTman  and  Meiasner Ratio   of   brightness    Pd/Au,    spectro-: 

'      photometer. 


Hyde,  Cady  and  Foreythe !  B*tio  of  brightness  Pd/Au,   H.  A  K. 

I  pyrometer. 
Meodenhall Ratio   of   brightness    Pd/Au,    spectral' 

I  pyrometer. 
Waidner  nod  Burgess I  H.  A  K.  pyrometer  and  sector  disk. 


1560 
ISSl 


1552 
1549 
1552 


*•  U.  S.  Bureau  of  Standards  BuU.  3  (1907)  103-208,  Table  XI. 
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effective  wave-leDgtb  is  \  =■  0.6663fi-  Hence  on  reducing  their  values  to 
c,  =  14,350,  the  copper  melting  point  of  1083°  C.  instead  of  1084°  C. 
we  obtain  1549°  C.  for  the  melting  point  of  palladium. 

Table  3  summarizes  the  determinations  of  the  melting  point  of  palla- 
dium as  discussed,  omitting  the  work  of  Holbom  and  Valentiner,  which 
gives  a  value  20°  higher  than  that  of  all  other  observers.  Hence  the 
unweighted  mean  of  all  the  best  published  values  of  the  melting  point  of 
palladium,  property  corrected  for  ct  =  14,350  and  the  melting  point  of 
gold  of  1063°  C,  gives  1552°  C.  The  value  that  haa  been  used  by  the 
Bureau  of  Standards  for  the  past  4  years  is  1550°  C.  The  evideoce  here 
presented  indicates  that  this  temperature  is  possibly  low  by  an  uncertain 
amount,  probably  by  not  more  than  5°  C.  In  view  of  the  uncertainties 
involved,  the  Bureau  has  not  deemed  it  advisable  to  change  the  scale  in 
present  use. 

In  only  one  of  the  invest^ations  discussed,  that  of  Day  and  Sosman, 
was  the  purity  of  the  palladium  determined.  Hoffman  and  Meissner, 
however,  stated  that  the  palladium  used  by  them  melted  within  1°  C.  of 
that  of  a  sample  used  by  Day  and  Soeman.  The  natural  tendency  in  the 
wire  method  is  toward  too  high  values,  althoi^h  with  care  Hoffman  and 
Meissner  obtuned  consistent  results  by  both  the  wire  and  the  crucible 
methods.  In  the  Lummer-Kurlbaum  black  body,  it  is  possible  to  obtain 
too  high  values  on  account  of  stray  reflection  from  the  hotter  side  walls. 
For  this  reason  fiirther  experimental  work  with  crucible  melts  of  a  type 
described  by  Hoffman  and  Meissner  are  highly  desirable.  If  the  meas- 
urements are  made  with  a  spectrophotometer,  attention  must  be  given  to 
the  slit  width  and  to  the  shift  of  wave-length  with  temperature  of  the 
source  when  the  slit  width  is  large.  If  the  measurements  are  made  with  a 
pyrometer,  the  effective  wave-length  of  the  ocular  screen  must  be  care- 
fully considered.  That  these  factors  are  of  importance  is  evident  when 
one  notes  that  the  ratio  of  brightness  Pd/Au  increases  from  about  74 
at  X  -  0.67m  to  about  600  at  X  =  0.45  m- 

Melting  Point  of  PUUinum. — Experimental  determinations  of  the 
melting  point  of  platinum  are  much  less  satisfactory  than  those  of  palla- 
dium.   Table  4  summarizes  the  work  of  investigators  who  have  made 

Table  A.^MeUing  Poird  of  Platinum 

,„_,]_,„,  '     PftlluJium,     ■      PUtinutn.  2TJSi^ 


1551 
1573 
1549 

1761 
1777 
1753 

210 

1 
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determinations  wi^b  both  metals.  The  data  have  been  recomputed  for 
gold  =  1063°  C,  ci  ■=  14,350,  and  the  proper  effective  wave-lengths  have 
been  employed.  If  the  mean  difference  of  206°  C.  is  added  to  the  mean 
value  of  the  determination  of  the  melting  point  of  palladium,  1552°  C, 
we  obtain  1758°  C.  for  the  melting  point  of  platinum.  The  Bureau  has 
used  the  value  1755°  C.  for  the  past  several  years,  hoping  to  obtain  more 
satisfactory  data  before  adopting  a  new  value. 

Melting  Point  of  Tungsten. — Consideration  of  the  pioneer  work  on 
tungsten  by  Waidner  and  Burgess,  V.  Wartenberg,  and  Pirani  may  be 
omitted  because  of  the  fact  that  at  this  early  date  pure  tungsten  was  not 
procurable,  and  because  of  the  empiric  methods  employed,  especially  in 
the  determination  of  emissivity  of  the  metal,  and  finally  because  of  the 
unsatisfactory  computation  of  effective  wave-lengths  and  transmission 
coefficients  of  the  absorbing  glasses.  Worthing*'  has  summarized  what 
are  believed  to  be  the  most  reliable  measurements,  reduced  to  ci  =  14,350, 
gold  =  1063°  C,  and  X  =  0.665>i  as  follows: 


iKTBntQATOM  X  —  0.605(1 

DiaiiEU 
AbNitim 

MendenhBll  uid  FoTsythe 3174 

Ungnouir 3187 

Worthing 3174 

Luckey 3169 

Mean 3176 

On  the  basis  of  Worthing's  determination  of  the  emissivity  of  tungsten 
at  this  wave-length,  3176°  absolute  is  equivalent  to  a  true  temperature  of 
3674°  absolute  or  in  round  numbers  3400°  C. 

RepTodwHon  of  the  High  Temperature  Scale. — The  standard  tem- 
perature scale  as  used  and  distributed  by  the  Bureau  of  Standards  i^ 
fixed  in  the  inte^al  —40°  to  450°  C.  by  means  of  platinum  resistance 
thermometers  calibrated  in  ice,  steam,  and  sulfur  vapor  (444.6°  C.)  as 
previously  described.  The  standard  temperature  scale  in  the  interval 
450°  to  1100°  C.  is  defined  by  the  fixed  points  cited  in  Table  2  and  inter- 
polation between  these  points  is  based  on  the  temperature  scale  defined  by 
the  rare-metal  thermocouple  (Pt,  Pt  90  —  Rh  10)  calibrated  at  two  of 
these  fixed  temperatures,  usually  antimony  and  copper,  and  at  the  zinc 
pwnt.  Table  1. 

The  temperature  scale  above  1100°  C,  is  based  upon  the  extrapola- 
tion of  Wien's  (or  Planck's)  law  using  as  the  fiducial  point  the  melting 
point  of  gold  =  1063°  C.  and  e,  =  14,350. 


"  Worthing:  Phyg.  fiw.  [21  (1917)  10,  392. 
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DISCUSSION 

Charles  E.  Gdili^ume,*  Sfivrea,  France  (written  discussion f)- — 
Referring  to  p.  47,  experiments  made  at  the  end  of  the  year  1884  showed 
a  remarkable  agreement  between  the  indications  of  various  verre  dur 
thermometers  of  which  all  the  corrections  had  been  determined  with  the 
greatest  possible  precision.  The  maximum  deviations  not  attributable 
to  the  comparisons  themselves  were  then  about  0.002  to  0.003  degree. 
Much  later,  greater  differences  began  to  show.  They  were  caused  by 
the  fact  that  the  glassmaker  had  modified  the  composition  by  adding  to 
it  a  small  quantity  of  lead.  Efforts  are  now  being  made  in  France  to 
obt^n  a  r^ular  supply  of  glass  made  according  to  the  old  formula. 

The  determination  of  the  boiling  point  of  sidfur  made  by  Chappuis,** 
444.6°,  accords  very  well  with  the  value  noted  on  p.  49. 

The  International  Committee  of  Weights  and  Measures  and  the 
General  Conference  have  already  considered  the  future  abandonment 
of  the  hydrogen  scale  in  favor  of  the  thermodynamic  scale.  The  hydro- 
gen scale  appears  to  be,  in  their  estimation,  a  transitory  one,  happily  so 
closely  approaching  the  final  scale  that  no  correction  should  be  necessary 
for  all  measurements  of  temperature  made  during  the  last  30  years. 

It  must  not  be  foi^otten  that  the  decision  reached  by  the  Inter- 
national Committee  in  1887,  and  endorsed  by  the  Conference  of  1889, 
applied  only  to  the  international  service  of  weights  and  measures;  that  is 
to  say,  the  domain  of  temperatures  where  the  hydrogen  scale  or  the  ther- 
modynamic scale  presents  divergences  which  are,  up  to  date,  within  the 
limit  of  measurable  quantities.  But  it  is  not  at  all  contrary  to  this  deci- 
sion to  adopt  other  representations  in  the  region  outside  of  the  one  ex- 
pressly indicated.  At  very  low  temperatures,  the  best  representation 
that  one  can  at  the  present  time  propose  is  undoubtedly  that  furnished 
by  the  helium  thermometer;  and  at  high  temperatures,  hydrogen  has 
such  a  tendency  to  diffuse  that  it  is  necessary  to  replace  it  by  another 
gas.  But  then  the  errors  in  reference  to  the  thermodynamic  scale  are 
considerable  enough  to  necessitate  a  correction.  All  our  efforts  ought  to 
tend  now  to  determining  the  corrections  in  such  a  way  as  to  extend  the 
realization  of  the  therraometric  scale  far  into  the  region  where  the  nitro- 
gen thermometer,  for  example,  overlaps  the  radiation  pyrometer.  As 
the  authors  say,  the  latter  is  the  only  thing  that  one  can  use  for  high  tem- 
peratures, whichever  law  is  applied.  It  may  be  noted  that,  the  funda- 
ment^ points  of  a  nitrt^en  thermometer  under  low  initial  pressure  having 
been  chosen,  for  example,  at  the  boiling  point  of  water  and  at  the  boiling 
point  of  sulfur,  the  hnear  extrapolation  toward  high  temperatures  will 

•  Bureau  International  des  Poids  et  Mesurea. 

t  Received  Oct.  U,  191S.     Translated  from  the  French. 

■>  Bureau  International,  T'roMiux  «f  Mimoira,  U. 
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give  a  scale  very  cloee  to  the  tbermodyDamic  scale.  It  would  seem  pos- 
sible to  make  a  direct  experimental  determinatian  of  corrections  by  the 
comparison  of  two  nitrogen  thermometers  having  very  different  initial 


On  p.  56,  the  authors  mention  the  old  measure  of  Holborn  and 
Valentiner  of  the  melting  temperature  of  platinum.  However,  this  old 
value  seenns  to  have  been  abandoned  by  the  Keichsanstalt,  see  p.  52. 
On  the  other  hand,  Harker  indicated  a  much  lower  temperature  for  the 
melting  of  platinum;  but  the  process  that  he  employed  in  his  determina- 
nation  leads  one  to  think  that  he  used  a  metal  containing  an  appreciable 
amount  of  carbon  in  solution,  either  in  the  form  of  carbon  or  in  the  form 
of  platinum  carbide. 

Leabon  H.  Adams,*  Washington,  D.  C.  (written  discussionf). — It 
would  be  difficult  to  point  to  anything  more  vitally  important  to  the 
industries  and  to  scientific  research  than  a  temperature  scale  that  is 
trustworthy  and  reproducible.  This  paper  is  a  clear  and  illuminating 
exposition  of  the  present  state  of  our  knowledge  of  the  scale  of  tempera- 
ture and  it  is  pleaai^  to  note  that,  by  means  of  the  standard  scale  which 
the  authors  present,  temperatures  may  now  be  defined  with  such  satis- 
factory precision.  Thus  at  room  temperatures  the  possible  uncertainty 
in  the  absolute  magnitude  of  a  given  temperature  need  not  be  greater  than 
a  few  thousandths  of  a  degree;  at  400°  C,  the  maximum  error  is  not 
more  than  a  few  hundredths  of  a  degree;  and  at  1100°,  a  few  tenths. 

Above  1100°,  the  determination .  of  the  temperature  scale  hinges 
lai^Iy  upon  the  melting  point  of  palladium,  which  is  taken  as  1550°, 
although  the  averse  as  obtained  by  several  independent  investigators 
is  somewhat  higher.  As  pointed  out  by  the  authors,  in  only  one  of  the 
investigations,  that  of  Day  and  Sosman,  was  the  punty  of  the  palladium 
determined.  This  circumstance  brings  to  mind  certain  observations  I 
made  some  time  ago  on  the  difference  in  melting  point  of  three  samples 
of  palladium  wire,  one  of  which  was  drawn  from  a  piece  of  the  metal  used 
by  Day  and  Sosman.  The  melting  points  were  determined  with  a  plati- 
Dum-platinrhodium  thermocouple  using  the  wire  method.  One  sample 
melted  2°  and  another  12'"  higher  than  the  Day  and  Sosman  palladium, 
which  according  to  the  analysis  was  very  pure,  and  the  thermoelectric 
properties  of  the  three  kinds  gave  a  qualitative  support  to  the  conclusion 
that  as  a  rule  the  purest  palladium  has  the  lowest  melting  point.  ThL-^ 
being  the  case,  it  is  not  at  all  improbable  that  some  of  the  higher  values 
that  have  been  obtained  for  the  melting  p>oint  of  palladium  are  influenced 
by  lack  of  purity  of  the  material,  and  this  supposition  lends  support  t:> 
the  lower  value,  1550°,  which  the  Bureau  of  Standards  has  very  wisely 
chosen. 

*  Fhysic&l  Chemist,  Geophysical  Laboratory.  t  Received  Sept.  2S,  1919. 
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The  scale  of  temperature,  as  given,  terminates  at  the  lower  end  at 
—40°.  It  is  to  be  hoped  that  the  Bureau  of  Standards  will,  as  soon  as 
feasible,  extend  the  standard  scale  down  to  liquid-air  temperatures  or 
below. 

E.  P.  Htde,  Nela  Park,  Cleveland,  0. — I  want  to  emphasize  the  impor- 
tance of  determining  the  palladium  point.  I  do  not  know  how  pure  the 
palladium  is  for  these  melting-point  determinations.  I  know  it  is  quite 
constant  and  the  values  obtained  from  time  to  time  using  different  sam- 
ples of  this  wire  are  approximately  the  same.  In  caUbrating  optical 
pyrometers  in  practical  use,  the  palladium  point  is  the  one  of  greatest 
value.  The  General  Electric  Co.  has  arrived  at  the  same  conclusion. 
It  would  be  better  to  establish  our  scale  on  the  melting  point  of  gold,  using 
for  the  constant  Ct,  the  value  14,350  micron  degrees.  We  find  it  necessary 
to  use  palladium  in  calibrating  pyrometers,  and  I  trust  that  before  long 
the  Bureau  of  Standards  will  determine  whether  or  not  the  wire  we  get 
has  a  different  melting  point  from  that  used  by  Sosman,  and  what  that 
value  should  be. 

In  addition,  I  want  to  question  the  statement  that  a  change  in  Ci 
from  14,460  to  14,350  micron  degrees  makes  anything  Uke  the  variation 
in  the  effective  wave-length  given  in  the  paper.  If  the  Crova  wave- 
length, which  is  the  effective  wave-length  for  a  clear  glass  or  no  glass  at 
all,  is  calculated  for  tne  same  range  (1336°  to  182S°K),  the  change  will 
only  be  about  4  parts  in  5800  for  this  change  in  cg.  For  the  effective 
wave-length,  this  change  will  be  much  smaller,  t.-  .  less  than  1  part  in 
6000.  Furthermore,  the  change  is  in  the  opposite  direction  from  that 
stated  above;  that  is,  a  decrease  in  ci  causes  a  decrease  in  the  effective 
wave-length. 

P.  D.  FooTB. — Dr.  Hyde  is  correct  in  his  criticism  of  our  statement  in 
r^ard  to  the  change  in  effective  wave-length  with  change  in  ci,  but  this 
does  not  affect  the  results  in  the  slightest  manner.  After  considering  all 
determinations  of  the  melting  point  of  palladium,  the  true  value  appears 
to  be  1562°  C.  The  value  adopted  by  the  Bureau  of  Standards  5  years 
ago  is  1550°  C.  and  until  further  work  is  done  we  do  not  feel  justified  in 
changing  to  a  new  value.  We  have  recently  procured  a  large  quantity 
of  palladium  and  Mr.  Fairchild  will  determine  the  melting  point  by  a 
crucible  method.  As  noted  in  our  paper,  a  knowledge  of  the  exact  melt- 
ing point  of  palladium,  while  most  desirable,  is  not  absolutely  essential, 
since  the  high-temperature  scale  is  reproduced  by  a  definition  of  cj  and 
the  meltii^  point  of  gold. 
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Metals  for  Pyrometer  Standaidizatum 

BT  CHABLXS  W.  WAIDKEB*  AND  QBOBOE  K.  BUSOKBB.t  WABBINOTON,  O.  O. 
CChlsaio  Mndni,  Ssptembs-,  ISIS) 

In  respoDBe  to  many  urgent  requests  for  a  concrete  realization'of  a 
series  of  standard  temperatures  that  would  be  available  to  any  one  any- 
where for  the  standardization  of  pyrometers  and  the  reproduction  of  the 
standard  scale  of  temperature  for  use  in  laboratories  and  industrial  works, 
the  Bureau,  in  1916,  made  arrangements  with  several  manufacturers  to 
prepare  a  series  of  pure  metals  that  could  best  serve  this  purpose.  After 
the  necessary  preliminary  work  of  chemical  analysis,  as  a  check  on  the 
purity,  together  with  exact  determinations  of  melting  or  freezing  points, 
the  Bureau  began,  in  1917,  the  issuing  of  melting-point  standards  of  tin, 
zinc,  aluminum,  and  copper. 

At  the  outset,  it  was  decided  to  secure  metals  of  the  highest  purity 
and  of  American  manufacture,  and  this  was  accomplished  in  a  more 
satisfactory  manner  than  anticipated.  In  the  preparation  of  these  tem- 
perature standards,  the  Bmreau  has  had  the  hearty  codperation  of  several 
American  companies,  which  have  succeeded  in  producing  metals  highly 
satisfactory  for  the  purpose  and  of  as  high  a  state  of  purity  as  could  have 
been  obtained  anywhere.  Each  company  that  undertook  the  responsi- 
bility of  furnishing  a  metal  for  this  series  of  standards  exercised  most 
painstaking  care  to  produce  the  best  possible  product  as  to  purity  and 
iiniformity.  A  representative  of  the  Bureau  witnessed  the  actual  prep- 
aration of  each  metal. 

The  300  and  400-lb.  (136  and  181-kg.)  samples  making  up  the  first 
series  were  all  tised  up,  with  the  exception  of  the  aluminum,  early  in  1919. 
The  Bureau  has  taken  steps  to  replenish  its  stocks  of  metals  serving  as 
pyrometric  standards  and  to  the  list  has  been  added  lead.  The  copper 
and  lead  are  being  ordered  this  time  in  1-ton  lots  and  the  zinc  and  tin  in 
300-lb.  (136  kg.)  lots  as  before.  The  wide  dissemination  of  these  samples 
will  be  appreciated  when  it  is  noted  that  the  metals  are  distributed  by  the 
Bureau  in  quantities  of  50  cu.  cm.  each,  at  $2  a  sample  and  accompanied 
by  a  certificate  which  gives  the  melting  point  as  determined  by  samples 
from  the  same  lot.  The  manufacture  and  detailed  description  of  chemical 
analyses,  physical  measurements,  and  precautions  in  use  of  these  pyromet- 
ric standards,  are  described  in  detail  in  the  Bureau  CiTcular  No.  66. 

Although  an  exact  chemical  determination  of  the  residual  impurities 

remaining  in  these  metals  is  not  absolutely  essential  for  their  use  as  a 

pyrometric  standard,  it  was  thought  desirable  to  inake  such  an  analysb, 

from  a  suitably  compiled  sample,  for  the  purpose  of  testing  uniformity 

*  FbyBicist,  Chief  of  Heat  Division,  U.  S.  Bureau  of  StandArda. 

t  Fbjrsioist,  Chief  DiTiBion  of  Metallurgy,  U.  S.  Bureau  of  Standards. 
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and  ^80  to  demonetrate  what  could  be  done  in  American  plants  on  the 
production  of  metals  of  highest  possible  purity.  The  unifcmmty  of 
several  lots  of  metal  were  tested  on  several  samples  from  each  lot  by 
means  of  the  intercomparison  of  their  freezing  points,  using  as  tempera- 
ture-measuring instruments  four  electrical  resist^ce  thermometers  of 
pure  platinum  calibrated  at  0°,  100°,  and  444.6°  C,  the  freezii^  and  boil- 
ing points  of  water  and  the  boiling  point  of  sulfur,  respectively.  The 
temperature  scale  given  by  the  resistance  of  pxae  platinum  within  the 
range  covered  by  this  series  of  metals  (0-1100°  C.)  reproduces  the  standard 
scale  of  temperatures  as  closely  as  it  can  be  determined.  The  actual 
value  to  be  used  for  the  freezing  point  of  each  metal  is  given  by  the  certi- 
ficate furnished  with  each  sample. 

In  the  accompanying  table  are  given  the  values  of  the  freesii^  points 
and  purity  of  the  first  series  and  of  the  second  series,  in  so  far  as  they  have 
been  determined,  of  the  standard  pyrometric  metals  issued  by  the  Bureau. 
As  may  be  required,  and  as  opportunity  permits,  other  metals  will  be 
added  to  this  seriea,  including  palladium,  platinum,  and  gold  in  the  form 
of  wires;  and  it  may  be  advisable  to  include  pure  chemical  substances  of 
known  boiling  points  such  as  naphthalene,  benzophenone,  and  sulfur. 
Other  convenient  standardization  temperatures  for  pyrometers  are  the 
freezii^  point  of  sodium  chloride,  801°  C;  the^i  transformation  of  pure 
iron,  768°  C;  and  the  transformation  temperature  of  crystalline  quartz, 
673.3°  C. 

These  pyrometric  standards  have  been  found^f  great  use  in  testing  and 
research  laboratories  and  for  control  of  pyromitric  operations  in  many 
kinds  of  industry.  They  are  particularly  convenient  in  that  they  permit 
calibrations  to  be  carried  out  in  place  and  thus  save  time,  conserve 
equipment,  and  prevent  breakf^  nf  instruments  in  transit. 
Table  1. — MetaU  for  Pyrometer  Standardizalion 
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Aluminum      Go.      oi 

AmerioB. 
Raritan  Copper  Co. . 

Raritaa  Copper  Co. . 
National  Lead  Co . , . 
Amer.  Smelt,  ft  Refin. 
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658.68     99.66 

1083.0    !  99.087 

1083.00 
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231,88     90.988 

419.44  '  99.993 
419.39 


Fe  0.18,  Si  0.15,  C  0.01, 

CuO.0O*. 
Sb    0.004,    As    and    S 

0.0026  each. 


Fe  0.005,  Cd  O.OOIS,  Pb 
0.0004. 
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Fundaiaeiital  Laws  of  Pyrometiy 

BT   C.    E.    HKHDENHAUf*   PH.   D.,    lUIHSON,    WIS. 
(ChlsBco  MaMlos,  Soplembar.  IBIB) 

Thb  word  temperature  has  both  a  colloquial  and  a  technical  use. 
For  everyday  purposes  of  abusing  the  weather  man,  no  very  exact 
definition  is  necessary,  but  for  the  purpose  of  giving  a  simple  aunomary 
of  the  physical  laws  that  form  the  basis  of  practical  pyrometry,  something 
more  precise  is  required.  Banning,  therefore,  with  the  common  con- 
cept of  "hotness"  and  "coldness,"  we  must  agree  on  a  method  of  meas- 
uring differences  in  "hotness,"  on  the  unit  to  be  used,  and  on  the  point 
from  which  measurements  are  to  be  taken.  We  shall  then  have  a  definite 
"scale  of  temperature,"  which  can  be  used  in  all  methods  of  pyrometry. 
But,  as  in  many  similar  cases,  it  is  much  easier  to  define  or  describe  some- 
thing than  it  is  i6  make  practical  application  and  use  of  the  definition; 
BO  that  much  of  our  attention  will  be  taken  lip  with  practical  methods  of 
realising  or  applying  the  scale  agreed  upon. 

It  was  early  observed  that  changes  in  temperature  produced  large 
and  easily  measurable  changes  in  gases,  which  may  be  most  simply 
separated  into  changes  in  volume  (expansion  and  contraction)  under 
conditions  of  constant  pressure,  and  changes  in  pressure  under  conditions 
of  constant  volume.  These  changes  are  much  the  same  in  magnitude  for 
the  common  gases  oxygen,  nitrogen,  and  hydrogen  and  also  for  the  rarer 
helium  and  argon.  This  relative  uniformity  in  behavior  led  to  the  sug- 
gestion of  "the  gas  thermometer"  and  "the  gas  scale"  as  the  basis  for 
all  temperature  measurements.  However,  as  methods  were  refined, 
differences  appeared  between  different  gases  and  different  ways  of  using 
gases,  so  that  Lord  Kelvin  introduced  his  more  fundamental  notion  of 
the  "absolute  thermodynamic  scale"  of  temperature,  which  he  defined 
as  follows:  Given  two  bodies,  say  two  tanks  of  water,  at  different  tem- 
peratures, to  determine  these  temperatures  on  the  "absolute  thermodyna- 
mic," or  Kelvin,  scale,  operate  a  thermal  engine  between  these  two 
temperatures,  letting  it  take  in  heat  from  the  hot  body  and  give  out  heat 
to  the  cold,  which  therefore  corresponds  to'  the  boiler  and  the  condenser 
of  a  steam  engine.  The  engine  we  may  imagine  as  a  cylinder  and  piston 
inclofiing  a  gas  and  operatii^  with  the  well-known  Carnot  or  isothermal- 
adiabatic  cycle.  We  must  imagine  that  the  mechanical  losses  of  energy 
due  to  friction  and  the  thermal  losses  due  to  radiation  convection  and  con- 
'Chainnan  of  Seotjon  on  MathetnftticB  and  Phyaii»  of  National  Research  Cauaoil. 
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ductioQ  have  been  determined  and  allowed  for.  We  must  also  take  care 
to  run  the  engine  slowly  so  that  only  an  inappreciable  difference  or  tem- 
perature exists  between  it  and  the  hot  and  cold  bodies  when  it  is  absorb- 
ing or  giving  out  heat  to  them.  Such  an.  engine  with  the  corrections 
apphed  as  indicated,  is  called  perfect  because  it  is  of  maximum  efficiency. 
If  it  is  found  that  a  quantity  of  heat  Hi  is  taken  in  at  the  high  temperature 
and  Hi  is  given  out  at  the  low  temperature  we  have 
Ti      ff, 


H, 


0) 


where  Ti  and  Tt  are  the  cwo  temperatures  in  question  on  the  K.  scale. 

TJ     IT  rp     rp 

From  this,  ^'ii~  *  =  ~^t~  ~''  *'*'*  ''™°*  **"®'  **^®  ^^^^  **'  *"*  absolute 
zero  is  suggested  as  that  temperature  for  which  £f i  =  0  for  then  Tt  —  0. 
To  complete  the  definition  of  the  K.  scale,  it  is  only  neceesary  to  agree 
that  the  interval  between  the  two  most  reUable  fixed  points,  namely,  the 
temperatures  of  melting  ice  and  of  boiling  water,  shall  contain  a  certain 
niunber  of  degrees,  100  if  we  are  working  with  the  centigrade  E.  scale. 

This  condition  is  expressed  by  --""*r  -  '  —  m~'        .  ^^^ 

and  combining  this  with  the  general  equation  1  we  have 

r../i-™  (3) 

/f  100  —  at) 

which  gives  any  temperature  on  the  centigrade  K.  scale  in  terms  of  the 
quantities  of  heat  taken  in  and  rejected.  How  can  this  scale  be  realised 
and  used  in  practice?  Obviously  not  by  means  of  any  ideal  engine  as 
outlined  above.  There  are,  however,  two  distinct  ways  in  which  it  may 
be  done,  both  depending  on  theoretical  deductions  from  the  second  l&w 
of  thermodynamics,  to  which  the  K.  scale  is  very  intimately  related. 

First,  by  applying  the  second  law  expressions  may  be  derived  (Cal- 
lendar-Berthelot-Buckingham)  in  which  the  pressure  of  a  gas  (volume 
constant)  isgivenin  terms  of  itstemperature  on  the  K.  scale  and  of  certain 
physical  characteristics  of  the  gas.  By  a  different  treatment  of  the  prob- 
lem, analogous  expressions  may  be  obtained  giving  the  volume  of  gas 
(pressure  constant)  in  terms  of  its  K.  temperature  and  physical  properties. 
These  expressions,  in  the  form  given  by  Buckingham,  are: 
A  (volume  constant  =  v) 


B  (pressure  constant  =  p) 


I 

ti  _  to  _    I    /•'V^^ 

"  ''"J,  »' 
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In  these  expressions 

e  =  temperature  on  K.  scale; 
00  =  initial  temperature  (say  ice  point)  on  E.  scale;' 
Cj,  =  specific  heat  under  constant  pressure; 
H^  -     =  under  Joule-Kelvin  conditions;  that  is,  when  expanded 

adiabatically  through  a  porous  plug; 
Po  ~  pressure  at  9s,  and  v; 
Vo  =  volume  at  9i,  and  p. 

The  physical  properties  involved,  namely,  the  specific  heat  at  con- 
stant pressure,  the  pressure-volume  relatioim  of  the  gas,  the  Joule-Kelvin 
coefficient  or  rate  of  change  of  temperature  with  pressure  when  expanded 
through  a  porous  plug,  should  be  known  throughout  the  temperature 
interval  that  is  to  be  determined  for  the  volumes  and  pressures  to  be 
used,  in  order  to  evaluate  these  expressions.  The  initial  volume  or 
pressure,  as  the  case  may  be,  must  also  be  known  with  especial  accuracy. 
If  these  quantities  are  known  for  a  given  gas,  the  observation  of  the 
change  in  volume  of  this  gas  at  constant  pressure  (i^o  to  v)  will  enable  us  to 
compute  the  K.  temperature  at  which  the  volume  was  observed  to  be  v; 
and,  similarly,  if  the  pressure  change  is  observed  at  constant  volume, 
the  temperature  can  be  computed  from  the  pressure  change  p  —  pt. 
Unfortunately  the  experimental  knowledge  of  c,,  n,  and  the  pv  relation 
is  very  incomplete,  being  limited  to  a  short  temperature  range,  and  great 
ingenuity  and  care  are  needed  in  handling  and  extrapolating  the  data  to 
get  the  most  reliable  results. 

The  results  of  the  thermodynamic  computations  just  referred  to  are 
usually  expressed  in  a  somewhat  different  way  by  introducing  various 
"gas  scales"  of  temperature.  For  example,  if  we  are  operating  with 
nitrogen,  we  may  conveniently  consider  two  nitrogen  scales,  one  deSned 
by 

(jVp"  Wp 
if  the  gas  is  maintalDed  at  constant  pressure  during  the  measurements, 
and  the  other  by 


=  ©. 


if  the  volume  is  maintained  constant.  Every  other  gas  would  have  its 
own  two  scales.  Hence  the  previous  fundamental  equations  may  be 
described  as  giving  the  differences  between  any  given  gas  scale  and  the 
K.  scale,  and  these  differences  or  corrections  may  be  tabulated  and  applied 
to  reduce  gaB-thermometer  observations  to  the  K.  scale.  These  correc- 
tions have  only  been  computed  up  to  1200''  C.  and  are,  in  general,  some- 
what more  than  twice  as  large  for  the  constant-pressure  gas  thermometer 
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as  for  the  coD8tant>volunie,  but  there  are  other  compenBating  advantages 
in  favor  of  the  former. 

Confiiling  our  attention  to  nitrogen  as  the  most  useful  gas  for  high- 
temperature  measurements,  it  may  be  briefly  said  that  the  correction 
to  r,  is  about  1.70°  at  1000°  C.  and  2.15°  at  1200°  C,  while  it  is  only 
0.96°  for  T,  at  1200°  C.  These  errors  are  of  significance  when  it  comes  to 
determining,  by  gas  thermometry,  the  fundamental  fixed  points  of  the 
high-temperature  scale,  though  too  small  to  be  considered  in  ordinary 
work.  Above  1200°  C.  they  are  undoubtedly  larger,  but  unfortunately 
data  are  not  yet  available  for  their  computation. 

There  is  one  other  fundamental  matter  that  must  be  considered,  and 
that  is  the  value  of  the  ice  point  on  the  Kelvin  scale.  This  may  be  cal- 
culated from  the  same  basic  equations  already  given.  The  computations 
of  Buckingham  and  Berthelot  agree  very  well  in  giving  do  =  273.13;  that 
is,  for  high-temperature  work,  the  ice  point  may  be  taken  as  flat  273° 
on  the  Kelvin  scale. 

The  second  field  in  which  it  has  been  possible  to  connect  practical 
methods  of  pyrometry  with  the  Kelvin  scale  is  the  field  of  radiation. 
The  fundamental  facts  of  radiation  are  that  it  is  an  effect  of  one  body  on 
another  that  may  take  place  across  a  vacuous  space,  and  that  it  is  closely 
related  to  the  "hotness"  of  bodies  and  tends  to  equalize  their  tempera- 
ture. Without  attempting  to  distinguish  between  what  we  know  and 
what  we  merely  say,  radiation  may  be  described  in  the  usual  way  aa  an 
electromagnetic  disturbatice  sent  off  from  bodies,  which  may  be  analyzed 
by  spectroscopes  of  various  types,  and  shown  to  contain  waves  of  various 
lengths,  of  which  those  having  lengths  from  0.0003900  mm.  to  0.00076 
mm.  directly  affect  the  eye  and  are  called  "light"  waves;  waves  longer 
than  these  are  called  "infra-red,"  those  shorter  "ultra-violet,"  and  those 
still  shorter  a:-rays.  The  entire  range  of  waves  is  called  a  complete 
spectrum,  and  various  radiating  bodies  emit,  according  to  their  nature 
and  condition,  various  characteristic  spectra;  that  is,  different  groupings 
of  wave-lengths  with  different  distributions  of  energy  among  them.  The 
radiation  from  solids  and  liquids  increases  very  rapidly  with  rising  tem- 
perature, and  their  spectra  are  similar,  and,  in  general,  continuous;  that 
is,  there  are  no  "gaps"  if  arranged  according  to  wave-lengths.  But  the  total 
energy  radiated  and  its  distribution  among  the  wave-lengths  is  very 
different  for  different  substances  at  the  same  temperature.  At  present,  it 
is  not  possible,  theoretically,  to  express  the  radiating  power  of  a  substance 
in  terms  of  its  other  physical  properties  and  temperature,  but  there  is  a 
special  form  of  radiator  which  can  be  succesisfully  dealt  with  both  theoret- 
ically and  experimentally,  namely,  the  perfect  or  complete  radiator,  or 
black  body.  The  original  idea  of  this  was  due  to  Kirchhoff,  and  the 
experimental  realization  to  Lummer  and  Pringsheim  and  many  later 
workers.     Given   an    inclosure    with   opaque  walls  at  a  uniform  and 
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constant  temperature,  the  fundamental  theorem  is  that  the  radiation 
inside  the  inclosure  will  be,  both  as  to  intensity  and  energy  distribution  , 
in  the  spectrum,  entirely  independent  of  the  material  of  the  walla  and 
dependent  only  on  its  temperature.  Since,  in  general,  bodies  that  are  good 
radiators  are  poor  inEectors  and  good  absorbers,  and  vice  versa,  it  is  quite 
reasonable  to  conceive  of  the  radiation,  so  to  speak,  accumulating  in  a 
closed  space  until  an  equilibrium  condition  is  reached  dependent  only  on 
the  temperature.  For  immediately  contiguous  to  one  part  of  the  wall  the 
equilibrium  condition  might  be  maintained  by  strong  absorption  and  cor- 
respondingly strong  emission,  while  at  another  point  the  same  condition 
might  result  from  strong  reflection  and  weak  emission.  Nevertheless,  of 
the  so-called  proofs  of  this  theorem  that  have  been  given  by  Kirchhoff, 
Pringsheim,  and  others,  none  is  entirely  satisfactory,  and  t^e  most  con- 
vincing evidence  that  it  is  possible  to  produce  radiation  independent  of 
the  qualities  of  special  kinds  of  matter  and  dependent  only  on  tempera- 
ture, is  furnished  by  experiment. 

The  first  form  of  perfect  radiator  used  for  experimental  purposes 
consisted  of  a  hollow  vessel  with  walls  as  uniformly  heated  as  possible 
and  provided  with  a  small  aperture  through  which  radiation  from  the 
inside  passed  out  to  be  examined  spectroscopically  and  otherwise.  If 
the  area  of  the  aperture  is  small,  compared  to  the  interior  radiating  walls, 
the  condition  of  equilibrium,  which  must  exist  in  order  that  the  interior 
radiation  should  be  complete,  will  be  very  little  disturbed  and  the  depar- 
ture from  equilibrium,  and  hence  from  completeness,  may  be  made  as 
small  aa  desired  by  a  proper  choice  of  proportions.  The  experimental 
proof  referred  to  consists  in  the  fact  that  whereas  radiation  observations 
on  tree  metal  or  other  surfaces  are  very  difficult  to  repeat,  that  is  to  say, 
the  radiation  from  free  surfaces  is  very  much  subject  to  changes  in  siu^ace 
conditions,  all  observations  with  inclosures  are  much  more  uniform, 
and  it  is  possible  to  arrange  matters  so  that  the  emergent  radiation  is 
observably  independent  of  interior  surface  conditions.  Once  we  accept 
this  as  possible,  eye  observations  of  the  interior  furnish  a  most  sensitive 
test  as  to  whether  the  conditions  of  perfect  radiation  really  exist  in  any 
given  case.  There  are,  of  course,  experimental  diflficulties  in  the  way  of 
producing  sufficiently  uniform  temperature  conditions,  but  these  need 
not  be  discussed  here. 

Granted  then  that  there  is  such  a  thing  as  a  perfect  radiator,  we  must 
consider  Boltzmann's  ingenious  extension  of  the  theory.  First,  however, 
it  must  be  recalled  that  BartoUi  had  shown  that  in  order  to  be  consistent 
with  the  second  law  of  thermodynamics,  radiation  must  exert  a  pressure 
on  any  surface  on  which  it  impinges,  the  pressure  being  twice  as  great  if 
the  surface  is  perfectly  reflecting  as  if  it  is  perfectly  absorbing — being, 
in  fact,  proportional  to  the  amount  of  radiant  energy  per  unit  volume  in 
front  of  the  surface.     Maxwell   drew    the    same    conclusion   from    his 
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electromagnetic  theory;  aud  later  Lebedew,  Nicholls  and  Hull  experi- 
mentally verified  these  theoretical  deductions..  On  this  basis,  Boltz- 
mann  conceived  of  a  "radiation  engine,"  which  might  be  a  cylinder  with 
refiecting  walls  and  piston  and  a  radiating  base,  in  which  radiation  could 
be  "  expanded,"  so  to  speak,  and  allowed  to  do  mechanical  work  through 
the  pressure  on  the  piston.  By  applying  to  this  engine  the  second  law, 
Boltzmaun  showed  that  the  total  radiation  from  a  perfect  radiator  must 
vary  in  amount  as  the  fourth  power  of  the  temperature  of  the  radiator, 
measured  on  the  Kelvin  scale,  that  is 

where  E  is  total  r&diant  energy,  «-  is  a  constant,  and  6,  as  before,  is  Kel- 
vin temperature. 

This  theoretical  deduction  is  quite  simple,  is  no  more  questionable 
than  the  direct  thermo- mechanical  deductions  from  the  second  law, 
such  as  are  used  in  the  theory  of  gas  thermometry,  and  constitutes  the 
second  experimental  hold  on  the  Kelvin  scale.  It  is  known  as  the  Stefan- 
Boltzmann  law  because  Stefan  had  some  years  earlier  deduced  it  from  a 
discussion  of  bad  observations  on  imperfect  radiators,  for  which  it  does 
not  hold — a  case  in  which  two  negatives  have  apparently  been  equivalent 
to  an  affirmative,  so  to  speak. 

The  next  advance  in  radiation  theory  was  by  ^en,  the  radiation 
engine  still  being  the  basis;  but  the  arguments  are  not  quite  so  simple  and 
free  from  objection  as  in  Boltzmann's  case.  The  result  is  Wien's  dis- 
placement law,  of  which  the  usual  statement 

6\amT.  =  constant 

is  a  special  case.  Here  0  is  the  Kelvin  temperature  at  which  a  perfect 
radiator  would  have  the  maximum  of  its  spectral  energy  curve  at  the 
wave-length  Xm^..  Wien  proceeded  further  and,  by  still  less  satisfactory 
methods,  deduced  the  equation  of  spectral  enei^  distribution  known  as 
Wien's  law 

wherein 

E\  =  ordinate  at  wave-length  X  of  spectral  energy  distribution 
curve; 
fl™  corresponding  Kelvin  temperature; 
ci  and  et=  constants. 

Further  work  of  Planck  led  to  the  well-known  expression 
Ex    =  c,X-»  -^^  - 
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which  for  amall  values  of  \6,  that  ia,  short  wave-lengths  and  not  too  high 
temperatures,  becomes  practically  identical  with  Wien'e  law.  While 
Planck's,  and  within  the  limits  just  mentioned,  Wien's  distribution  for- 
mulas have  been  experimentally  verified  with  a  fair  degree  of  accuracy 
and  for  temperatures  below  about  1500°  C,  unfortunately  their  theore- 
tical deduction  cannot  be  regarded  as  sound.  They  do  not,  therefore, 
furnish  another  independent  connection  between  the  Kelvin  scale  and 
observable  quantities,  but  must  be  regarded  as  empirical  equations  whose 
accuracy  has  been  demonstrated  within  limits.  We  must  consider 
these  three  radiation  formulas  of  Stefan-Boltzmann  (total),  Wien  (dis- 
placement), and  Planck  (distribution)  somewhat  more  in  detail  in  their 
bearing  on  pyrometry.  The  first  of  these  gives  us  a  means,  independent 
of  corrected  gas  thermometry,  of  completely  evaluating  the  Kelvin  scale, 
'  beginning  merely  with  the  ice  and  steam  points  and  the  assumption  of 
100°  between  the  two.  For  this  purpose  it  is  theoretically  much  simpler 
than  gas  thermometry,  but  whether  it  would  work  out  to  be  of  compar- 
able accuracy,  especially  at  low  temperatures,  cannot  be  said  as  no  one  has 
ever  attempted  to  apply  it  in  this  comprehensible  way.  For  high  tem- 
peratures, more  particularly  for  extreme  high  temperatures,  the  case  is 
clearer.  The  limit  of  successful  gas  thermometry  is  at  present  the  palla- 
dium point  (1549°  C),  and  above  this  region  experimental  difficulties  seem 
to  be  increasing  at  an  appalling  rate.  On  the  other  hand,  the  difficulties 
in  applying  the  fourth-power  law  in  a  sense  diminish  with  increasing 
temperatures  because  "stray"  radiation  in  general  becomes  proportion- 
ately less  compared  to  that  which  is  to  be  measured.  While  beginnings 
have  been  made  in  the  apphcation  of  the  Stefan-Boltzmann  law  to  accu- 
rate pyrometry,  the  possibilities  have  not  been  in  any  sense  exhausted. 
The  law  should  be  applied  to  determine  the  gold  melting  point  (1062.6°  C.) 
and  especially  the  palladium  melting  point,  as  a  check  upon  the  determi- 
nation by  gas  thermometry,  and  there  is  room  for  more  work  in  deter- 
mining other  standard  fixed  points  in  the  range  beyond  1600°  C,  in  which 
re^on  the  total  radiation  method  seems  to  be  about  the  only  hopeful 
one.  It  should  perhaps  be  pointed  out  that  in  using  this  method  no 
absolute  measurements  of  radiant  energy  are  needed — one  deals  entirely 
with  energy  ratios,  and  enough  work  has  been  done  to  prove  that  very 
considerable  accuracy  is  possible, 
coi 

work,  but  the  disadvantages  are  several.  In  the  first  place  the  wave- 
length corresponding  to  maximum  energy  is  difficult  to  determine,  and 
as  the  inverse  wave-length  varies  only  as  the  first  power  of  the  tem- 
perature the  shift  ia  not  sensitive  to  temperature  changes,  particularly  at 
high  temperatures.  We  may  therefore  dismiss  this  as  of  little  value 
either  for  fundamental  or  practical  measurements. 
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If  we  confine  our  attention  to  a  single  wave-lei^th,  or  rather  a  narrow 
band  of  wave-lengths  in  the  spectrum,  the  laws  of  Planck  and  Wien  give 
the  rate  of  variation  of  the  energy  in  this  band  as  a  function  of  tempera- 
ture, a  very  useful  indicator  of  temperature  change.  Within  the  range 
wherein  Wten's  taw  is  valid,  it  serves  most  conveniently  to  express  this 
variation  of  partial  radiation  and  may  be  written  in  this  form 

log  R- log ',■.-;; 

This  equation,  which  must  be  looked  upon  as  empirical  and  which  has 
been  verified  with  a  high  degree  of  accuracy  for  temperaturee  up  to  1600°  C, 
and  less  accurately  from  there  up  to  3000°  C,  is  the  basis  of  all  optical 
pyrometry.  As  such  its  importance  warrants  still  more  careful  compari- 
son between  it  and  the  Stefan-Boltzmann  law  up  to  the  highest  possible  ' 
temperatures.  For  while  the  Stefan-Boltzmann  equation  gives  our  best, 
if  not  our  only  sound,  connection  with  the  Kelvin  scale  and  while  it  is  easy 
to  work  very  accurately  with  this  equation  under  laboratory  conditions, 
the  equation  is  subject  to  certain  troublesome  errors  (notably  that  due 
to  absorption  by  vapors  or  smoke  and  to  windows  and  reflectors  etc.  that 
may  intervene  between  the  radiator  and  indicating  instruments)  which 
are  difficult  to  eUminate  in  practice.  Similar  errors  affect  optical  pyro- 
meters, but  perhaps  not  quite  so  seriously,  and  there  is  a  certain  safety  as 
regards  the  detection  of  trouble  in  actually  looking  through  the  instru- 
ment into  the  space  whose  temperature  is  being  determined.  However, 
excellent  instruments  have  been  devised  according  to  each  principle,  asid 
the  only  object  here  is  to  point  out  that  one  may  be  regarded  as  funda- 
mental in  terms  of  which  the  other  should  be  calibrated. 

In  all  this  discussion  of  radiation  pyrometry  it  has  been  presupposed 
that  the  object  whose  temperature  was  to  be  measured  was  a  perfect 
radiator,  as  the  laws  that  have  been  used  apply  only  to  such  a  case.  For 
fundamental  measurements  this  is,  of  course,  essential;  and  for  practical 
measurements  it  is  usually  possible  and  always  desirable,  for  a  perfect 
radiator  is  the  most  definite  and  easily  reproducible.  A  tube  thrust  into 
a  furnace,  a  narrow  deep  hole  bored  into  a  large  hot  mass — a  crack  in  such 
a  mass — can  usually  be  arranged  so  that  they  will  approximate  sufficiently 
to  the  "uniformly  heated  enclosure  with  small  aperture"  that  is  desired, 
especially  if  the  surface  actually  observed  through  the  aperture  is  itself 
a  good  radiator  and  a  poor  reflector.  There  are  other  ways  of  approxi- 
mating a  perfect  radiator  by  using  multiple  reflection,  but  a  discussion  of 
these  various  methods  is  not  germane  to  the  present  subject.  It  should 
be  pointed  out,  however,  that  for  purposes  of  practical  pyrometry, 
ordinary  non-perfect  radiators  may,  and  sometimes  have,  to  be  used;  and 
if  the  radiation  laws  are  apphed  directly  in  such  cases,  true  temperatures 
will  not  be  obtained,  but  instead  lower  values  which  are  commonly  referred 
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to  as  "black  body  (or  perfect  radiator)  temperatures,"  meaning  thereby 
the  temperatures  at  which  a  "perfect  radiator"  or  "black  body"  would 
radiate  as  the  real  body  is  observed  to  do.  If  the  real  surface  is  suffi- 
ciently definite  and  reproducible,  known  corrections  in  some  cases  may 
be  applied  to  reduce  the  ob^rvationsto  Kelvin  temperatures,  or  it  may  be 
that  black-body  temperatures  will  suffice. 

There  are  two  methods  of  temperature  measurement  still  to  be  touched 
upon — resistance  and  thermoelectric  pyrometry — but  in  neither  of  these 
ia  it  possible  to  deduce  any  theoretical  connection  between  the  observed 
quantities  and  the  Kelvin  scale.  They  are  entirely  empirical  and  all 
the  instruments  must  be  calibrated  by  comparison  directly  or  indirectly 
with  gas  or  radiation  work.  There  are  certain  relations,  such  as  Cal- 
lendar's  parabolic  formula  connecting  the  resistance  of  platinum  with 
temperature,  and  various  equations  giving  thermoelectromotive  force 
as  a  function  of  temperature  that  are  extremely  useful  and  hold  with 
great  accuracy  within  certain  temperature  limits,  but  which  cannot  be 
called  fundamental  laws. '  They  may,  therefore,  be  left  without  further 
discussion,  as  most  valuable  methods  both  in  the  laboratory  and  in 
practice,  but  not  contributing  an^hing  to  our  grasp  of  the  fundamental 
temperature  scale.  Even  as  methods,  their  range  is  miich  more  limited 
than  the  radiation  processes. 

This  survey  of  the  physical  basis  of  pyrometry  is  of  necessity  super- 
ficial, and  it  may  seem  at  first  thought  that  the  underlying  ideaof  work- 
ing to  an  "  absolute  scale  "  is  unnecessary,  any  single  arbitrary  scale  being, 
for  all  practical  purposes,  just  as  good.  This  is  quite  true,  provided  a 
single  arbitrary  scale  could  be  agreed  upon  and  accurately  reproduced. 
But  the  general  experience  in  such  matters  has  been  that  the  more  funda- 
mental and  absolute  the  nature  of  any  scale  of  measurement,  the  more 
accurately  it  can  be  maintained  and  reproduced.  In  other  words,  the 
absolute  scale  whose  development  has  been  described  in  this  paper  is  of 
importance  in  pyrometry,  not  because  of  its  "  absolutehess "  but  because 
of  its  permanence  and  ease  of  reproduction. 
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Present  Status  of  Radiation  Constants 


I.    D.,   WASmNOTON,   D.   c. 
(Chiiuco  MeeliDC,  Baptamba.  1910) 

The  constants  in  question  pertain  to  the  total  radiation  and  the 
spectral  radiation  of  a  uniformly  heated  enclosure^  or  80-«al]ed  black 
body.  These  constants  have  been  determined  for  the  range  within 
which  temperatures  can  be  measured  with  thermocouples.  Conversely, 
using  these  constants  and  suitable  instruments,  such  as  an  optical  pyro- 
meter, for  example,  it  ia  possible  to  determine  temperatures  far  above  the 
range  attainable  with  the  most  refractory  thermocouples. 

The  formula  of  Stefan  Boltzmann  for  expressing  the  total  radiation  of 
a  black  body  is  fl  =  kT*  in  which  k  is  the  coefEcient  or  "constant" 
under  discussion.  In  view  of  the  fact  that  total  radiation  pyrometers 
are  usually  calibrated  on  an  arbitrary  scale,  there  is  no  great  demand  for 
an  exact  value  of  thecoefficientof  total  radiation  in  absolute  value.  How- 
ever, it  is  intimately  connected  with  the  constant  of  spectral  radiation; 
hence,  an  accurate  determination  of  the  constant  A:  gives  a  check  on  the 
constant  of  spectral  radiation. 

The  distribution  of  radiation  in  the  spectrum  of  a  black  body  is  repre- 
sented by  Planck's  equation,  Ex  =  CiX"*'  (e^^  —  1)-'.  The  spectral 
radiation  constant  c,  in  this  formula,  is  useful  in  optical  pyrometry  and 
in  establishing  a  high  temperature  scale.  The  numerical  value  of  the 
constant  c  has  been  determined  in  the  range  of  temperatures  measurable 
with  thermocouples  and,  also,  by  extending  the  temperature  scale  to 
higher  temperatures  by  means  of  total  radiation  measurements. 

But  Uttle  work  has  been  done  on  the  radiation  constants  since  the 
beginning  of  the  war,  and  especially  since  1916.  In  a  summary*  of  the 
data  of  various  observers,  it  was  shown  that,  after  makii^  corrections 
for  atmospheric  absorption,  the  variously  obtained  values  of  the  coeffi- 
cient of  total  radiation  are  close  to  fc  =  5.7  X  10~"  watt  cm  ."'*deg.~*,  which 
is  close  to  this  Bureau's  value,  h  =  5.72.  A  recalculation*  of  these  data 
gave  a  value  of  ft  =  5.72  X  10~*'  ±  0.  012  watt  cm.-'  deg.-*.  In  a  recent 
discussion,'  it  was  shown  that  the  determinations  by  Kahanowicz,*  when 
corrected  for  atmospheric  absorption  lead  to  a  value  of  fc  =  5.7  which  is 

*  Associate  Physicist,  U.  S.  Bureau  of  Standards. 

1  Coblenti:  U.  S.  Bureau  of  Standards  BuU.  12  (lfll6),  663. 
'  Coblenti:  Proc.  Nat.  Acad.  Sci.  (1917)  8,  504. 
'  Coblentz:  Jnl.  Waah.  Acad.  Sci.,  9,  185. 

•  Kahanowict;  Nwm-  Cimtrtto  (6)  11917)  IS,  142. 
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ID  agreement  with  other  data.  Forsome  years  this  Bureau  has  used  the 
value  fc  "  5.7  X  10-'*  watt  cm.-'  d^.-*. 

DeterminatioDS  of  the  spectral  radiation  constaot  c  have  been  made 
principally  by  the  Reichsanstalt  and  by  this  Bureau;  the  various  data 
have  been  summarized  in  a  recent  psper.^  In  this  paper  a  recalcula- 
tion of  this  Bureau's  data,  on  the  basis  of  a  revised  caUbration  curve 
of  the  fluorite  prism  used  in  obtaining  the  spectral  energy  curves,  gave 
a  value  of  e  =  14,353  micron  deg.  A  recalculation  of  Paschen's  data 
have  a  value  of  c  =  14,350  to  14,370.  The  summary  of  the  extensive 
data  obtained  by  the  Reichsanstalt  indicated  values  of  c  =  14,250  to 
14,400;  and  the  adoption*  of  c  =  14,300  and  the  melting  point  of  palla- 
dium =  1557°  C.  For  some  years  this  Bureau  has  been  using  the  value 
of  c  =  14,350;  although  there  are  indications  that  probably  c  ==  14,330 
would  be  a  better  value.  Using  Millikan's  value  of  the  unit  electric 
charge,  e  =  4.774  X  10-'"  e.8.u.,  and  this  Bureau's  value  of  A:  =  5.72,  in 
the  appropriate  formula  which  interrelates  c  and  k,  it  is  found  that  the 
value  of  c  =  14,320. 

Another  check  upon  these  data  was  obtained  by  Hyde'  and  his  colla- 
borators from  measurements  of  the  brightness  of  a  black  body  at  the 
melting  point  of  gold  and  of  palladium,  as  determined  with  an  optical 
pyrometer.  Adopting  the  value  c  =  14,350,  consistent  results  could  be 
obtained  only  on  the  assumption  that  the  melting  point  of  palladium  is 
1555"  C.  instead  of  1550°  C.  as  previously  used.  The  latter  gives  a  value 
of  c  =  14,460,  which  is  too  high  according  to  the  best  data  available. 

A  further  check  on  the  radiation  constants  is  obtained  by  considering 
the  interrelation  between  the  spectral  radiation  constant  c  and  Planck's 
natural  constant  h.  Recent  determinations,  by  various  methods  (e.g., 
x-ray,  ionization  potential,  etc.)  indicate  a  value  of  this  constant  of  the 
order  h  =  6.55  X  IQ-"  erg.  sec.  This,  in  turn,  indicates  a  value  of  c  = 
14,320. 

From  the  foregoing  summary,  it  appears  that  the  radiation  constants 
are  known  to  0.3  per  cent.;  certainly  to  0.5  per  cent.  In  view  <tf  the  diffi- 
culties involved  it  seems  remarkable  that  all  these  constants,  including 
the  constant  h,  are  so  closely  determined.  This  is  especially  true  in 
view  of  the  fact  that  a  variation  (increase)  of  less  than  0.1  per  cent,  in 
the  value  of  e  would  produce  exact  agreement  in  the  computed  data.  In 
conclusion  it  may  be  added  that  from  a  consideration  of  the  data  avail- 
able it  appears  that  the  value  of  the  constant  of  spectral  radiation  is  close 
to  c  =  14,330  micron  degrees  and  that  the  coefficient  of  total  radiation 
is  close  tok  =  5.72  X  10-"  watt  cm.-*  d^.-<. 

•  Coblenti:  U.  S.  Bureau  of  Standards  £uU.  13  (1916),  459. 

•  Waiburg:  Verh.  Phyi.  Gm.  (1916),  1. 
'  See  Phy».  Rev.  (2)  (1919)  13,  48. 
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Thermoelectric  Pyrometiy 

H,   D.,  T.  R.  HABBIBON,'  B.  8.,  AND  C.  O.  FAIRCHILD,* 
WASHINOTON,    D.    C.  ' 

(ChioxD  MmUde,  Boptembor,  leis) 


Sebbeck  discovered,  in  1821,  that  if,  in  a  closed  circuit  of  two  metals 
the  two  juDctioDB  are  at  different  temperatures,  an  electric  cutreot  will 
flow  in  the  circuit.  In  the  case  of  an  iron  and  a  copper  wire,  for  example, 
current  will  flow  from  copper  to  iron  at  the  hot  junction,  or  from  iron  to 
copper  at  the  cold  junction.  Two  factors  combine  to  cause  the  current. 
An  electromotive  force  exists  between  the  two  metals,  the  magnitude  of 
which  depends  upon  the  temperature  and  upon  the  metala;  this  is  called 
the  Peltier  e.m.f.  If  a  single  wire  of  homogeneous  material  is  heated 
at  one  end,  an  electromotive  force  is  developed  between  the  ends  of  the 
wire,  the  magnitude  of  which  depends  upon  the  metal  and  upon  the  differ- 
ence in  temperature;  this  is  known  as  the  Thomson  e.m.f.  The  total 
e.m.f.  acting  in  the  circuit  is  the  sum  of  the  Peltier  e.m.f.  at  the  two  junc- 
tions and  the  Thomson  e.m.f.  in  each  wire,  consideration  being  given, 
of  course,  to  the  algebraic  signs  of  the  four  e,m.f.'E.  The  total  electromo- 
tive force  thus  depends  upon  the  difference  in  temperature  of  the  two 
junctions.  If  the  temperature  of  one  junction  is  fixed,  the  temperature  of 
the  other  junction  can  be  determined  by  measuring  the  electromotive 
force  developed  in  the  circuit;  this  is  the  basic  principle  of  thermoelectrio 
pyrometry.  The  electromotive  forces  developed  by  thermocouples  are 
small,  usually  a  few  thousandths  of  a  volt;  to  measure  such  smalt  e.m.f  .'s 
special  types  of  sensitive  voltmeters  (millivoltmeters)  or  indicators  are 
required.  For  any  particular  type  of  couple,  these  instruments  may  be 
graduated  to  read  temperatures  directly  instead  of  electromotive  force. 

A  simple  thermoelectric  pyrometer  consists  of  three  parts: 

(a)  The  thermocouple  of  two  different  metals  or  alloys,  having  a  fused 
junction  which  is  inserted  into  the  furnace,  while  the  cold  junctions  pro- 
trude from  the  furnace  and  are  maintained  at  some  fixed  temperature, 
such  as  that  of  the  room  or  of  melting  ice. 

(b)  Two  lead  wires,  usually  of  copper,  running  from  the  cold  junctions 
of  the  thermocouple  to  the  indicator. 

(c)  The  indicator,  which  may  be  a  millivoltmeter,  a  potentiometer, 
or  a  special  type  of  instrument  embodying  both  of  these  principles,  and 
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may  be  graduated  to  read  either  electromotive  force,  or  temperature,  or 
both. 

Although  any  two  dissimilar  metals  miglit  be  employed  for  a  thermo- 
couple, certain  combiDations  are  unsatisfactory  because  of  the  very  small 
e.m  f.'s  which  can  be  developed,  and  because  of  the  fact  that  with  some 
combinations  the  electromotive  force  may  first  increase,  then  decrease, 
become  zero,  and  finally  change  sign,  as  the  temperature  increases. 
Obviously  desirable  properties  for  a  thermocouple  are: 

1.  Ability  to  resist  corrosion  and  oxidation. 

2.  Development  of  relatively  large  electromotive  forces. 

3.  A  temperature-e.m.f.  relation  such  that  the  latter  increases  con- 
tinuously with  increasing  temperature  over  the  range  to  be  employed. 

For  general  work  at  the  higher  temperatures,  several  different  types 
of  couples  are  employed  in  the  United  States.  Up  to  330°  C.  for  extreme 
precision,  or  to  500°  C.  tor  a  precision  of  5°  or  10°,  the  couple  may  have 
one  wire  of  copper  and  the  other  of  constantan.  Iron-constantan  or 
nichrome-constantan  couples  may  be  employed  for  technical  processes 
below  900°  C.  For  operation  below  1100°  C,  special  patented  alloys  of 
chromium  and  nickel  and  of  aluminum  and  nickel,  chromel-alumel  or 
nichrome-alumel  are  satisfactory,  even  for  continuous  service.  For  the 
range  300°  to  1500°  C  the  Le  Chatelier  couple  should  be  employed, 
having  one  wire  of  platinum  and  the  other  of  an  alloy  containing  90  per 
cent,  platinum  and  10  per  cent,  rhodium.  Other  alloys  and  metals  may 
be  employed  for  special  work,  but  the  above  combinations  are  sufficient 
for  almost  all  technical  processes  conducted  at  less  than  1500°  C.  No 
satisfactory  couple  has  been  developed  for  operation  much  above  1500° 
C;  there  are  several  metals  and  numerous  alloys  which  melt  only  at  much 
h^her  temperatures,  but  all,  so  far  known,  are  subject  to  serious  dis- 
advant^es  which  prevent  their  practical  appHcation.  For  example,  a 
couple  having  one  wire  of  iridium  and  the  other  of  the  alloy  Ir  90  X  Ru 
10,  can  be  used  up  to  2000°  C,  but  it  is  so  costly  as  to  be  prohibitive,  so 
fragile  and  brittle  that  a  slight  jar  will  fracture  it,  and  the  iridium  rapidly 
volatilizes  even  at  1200°  C,  Tungsten-molybdenum  could  be  employed 
possibly  up  to  2400°  C,  but  both  of  these  metals  oxidize  so  readily  that 
extreme  care  must  be  taken,  by  the  use  of  hydrogen,  to  prevent  oxida- 
tion; a  satisfactory  method  for  thus  protecting  such  a  couple  for  tech- 
nical purposes  has  never  been  developed.  The  peculiar  fact  that  nickel 
is  readily  oxidized  and  made  brittle  by  heating  in  air,  but,  when  alloyed 
with  chromium  or  aluminum,  resists  oxidation  and  does  not  crystallize 
so  rapidly,  suggests  the  possibility  that  certain  similar  alloys  of  tungsten 
may  be  developed  which  will  not  suffer  the  rapid  oxidation  characteristic 
of  the  pure  metal.  Such  alloys  might  prove  of  great  value  in  thermo- 
electric pyrometry. 

The  principal  cause  of  change  in  calibration  is  inhomogeneity,  which 
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may  develop  throi^h  contamination  by  fumes  or  metallic  vapors  from 
the  furnace,  through  oxidation,  or  for  other  reasons.  Contamination 
may  usually  be  prevented  by  the  use  of  suitable  protecting  tubes,  and 
the  effect  of  contamination  may  be  minimized  by  using  wire  of  large 
crOBs-aection.  Different  furnace  conditions  and  different  types  of  couples 
require  different  methods  of  protection  against  contamination ;  for  example, 
a  platinum  couple  is  usually  protected  by  refractory  porcelain  tubes,  but 
if  the  atmosphere  surrounding  the  platinum  be  reducing,  the  porcelain  may 
do  more  harm  than  good,  because  the  reducing  atmosphere  changes  the 
silica  of  the  porcelain  into  silicon,  which  readily  attacks  the  platinum. 
The  electromotive  force  of  some  couples  gradually  diminishes  with  use. 
The  platinum  and  Pt  90  +  Ir  10  couple  has  not  proved  very  satisfactory 
for  this  reason,  although  it  develops  a  much  larger  force  than  the  plati- 
num-rhodium couple;  the  iridium  gradually  distills  from  the  alloy  wire, 
especially  above  1200°  C,  requiring  frequent  reoalibration. 

When  thermocouples  are  employed  in  the  laboratory  for  scientific 
purposes,  although  desirable,  it  is  not  important  that  the  calibration 
of  couples  of  the  same  type  be  exactly  sunOar.  In  an  industrial  plant, 
however,  the  question  of  reproducibility  is  of  considerable  moment. 
The  indicating  instruments  are  usually  graduated  in  d^p-ees  of  tempera- 
ture, and  the  graduation  holds  for  one  definite  temperature-e.m.f .  relation. 
If  the  calibrations  of  various  couples  of  the  same  type  are  not  similar, 
corrections  must  be  apphed  to  the  readings  of  the  indicator,  and  these 
corections  will  be  different  for  every  couple.  When  several  couples  are 
operated  with  one  indicator,  and  when  the  process  is  such  as  to  require 
frequent  renewal  of  couples,  the  application  of  these  corrections  becomes 
troublesome.  For  extreme  precision  it  is  always  necessary  to  apply  such 
corrections,  but  for  most  industrial  processes,  thermocouples  which  are 
sufficiently  interchangeable  can  be  secured,  so  that  the  corrections  may 
be  omitted.  Thus  the  cahbration  of  diff'erent  homogeneous  and  uncon- 
taminated  chromel-alumel  couples  should  not  vary  by  more  than  10°  or 
15°  C,  and  of  platinum-rhodium  couples  by  more  than  2°  or  3°  C.  The 
variations  in  u*on-constantan  couples  have  been  considerably  greater, 
but  rapid  progress  is  now  being  made  in  the  production  of  constantan 
having  reproducible  thermoelectric  characteristics.  No  industrial  proc- 
esses conducted  at  high  temperatures  require  such  accurate  temperature 
control  that  variations  in  the  calibration  of  new  platinum-rhodium 
thermocouples,  of  the  same  type,  warrant  consideration.  Variations 
in  the  calibration  of  different  base-metal  couples  are  frequently  corrected 
by  the  use  of  series  or  shunt  resistance;  but  most  of  the  methods  yet 
devised  are  somewhat  unsatisfactory,  and  some  of  the  compensating 
devices,  after  continued  use,  may  develop  larger  errors  than  those  arising 
from  the  variation  of  the  couple,  as  will  be  shown  later.  The  above 
remarks  a?  to  reproducibility  apply  only  to  new  couples;  after  a  couple 
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has  been  used  for  some  time,  especially  a  base-metal  couple,  or  has  become 
contamiiiated  in  any  manner,  the  calibration  may  change  considerably. 
AU  thermocouples  should  be  tested  frequently  under  operating  conditions. 
The  proper  mounting  and  protection  of  a  thermocouple  is  of  great  im- 
portance; the  correct  protection  depends  upon  the  particular  process  in 
which  the  couple  is  employed,  and  will  be  considered  in  some  detail 
later.  The  usual  rare-metal  couple  consists  of  wires  0.5  mm.  or  prefer- 
ably 0.6  mm.  in  diameter  and  from  50  to  125  cm.  in  length.  Wires  as 
small  as  0.1  mm.  and  even  less  are  frequently  used  for  special  research. 
One  or  both  oft  he  wiiee  are  insulated  by  threading  them  through  small 
porcelain  or  quartz  tubes.  For  measuring  temperatures  below  about 
1400"  C,  two-hole  porcelain  tubes  are  useful,  but  for  higher  temperar 
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COUPLE  IN  IBON  PROTECTING  TUBE  FOR  USE  BELOW  900°  C.  B.  EXTENSIBLE  CHROHBL- 
ALCUEL  COUPLE  FOR  UOLTEN'  BRASS;  THE  EXPOSEtl  JUNCTION,  WHICH  IS  IHIfERSED  IN 
TBB  MOLTEN  BRASS  WITHOUT  PROTECTION,  IS  RENEWED  FROM  THE  UAOAZINE  OF  RESERVE 

wiBE.     C.  Porcelain  or  fused  bilica  protectino  tube  and  MOCNTiNa  for  rare- 

UETAL  COCFLES. 

tures  separate  tubes  should  be  used.  The  hot  junction  of  the  couple  is 
made  by  fusing  the  two  wires  in  an  arc  or  oxygen-gas  flame.  The  couple 
and  insulating  tube  are  inserted  in  a  small  outside  protecting  tube  of 
porcelain,  glazed  on  the  outside  only,  or  of  fused  silica,  hemispherically 
closed  at  one  end.  On  the  open  end  of  the  protecting  tube  may  be 
mounted  the  head  of  the  couple,  which  serves,  as  a  handle  and  as  a 
support  for  rigidly  holding  the  wires.  The  couple  wires  frequently  extend 
beyond  the  head  so  that  their  ends  may  be  maintained  at  some  con- 
trolled cold-junction  temperature.  Usually  the  wires  terminate  in  bind- 
ing posts  on  the  couple  head,  in  which  case  the  cold-junction  temperature 
may  be  controlled  by  water  jackets,  or  may  be  allowed  to  remain  that 
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of  the  surroundings,  or  the  couple  may  be  fitted  with  one  of  the  various 
devices,  discussed  later,  for  the  elimination  of  cold-junction  errors. 

Base-metal  couples  for  laboratory  use  may  be  constructed  in  much 
the  same  manner,  and  may  be  made  of  wire  as  small  as  No.  20  (0.8  mm.) 
or  of  much  smaller  wire  for  certain  types  of  research  at  lower  temperatures. 
Small  wires,  however,  are  readily  and  completely  oxidized  at  high  tem- 
peratures, so  that  for  continuous  operation  in  industrial  installations  the 
couples  are  made  of  No.  8  (3.3  ram.)  or  No.  6  (4  mm.)  wire,  or  of  still 
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larger  wire  when  there  is  danger  of  contamination.  The  hot  junction  is 
fused,  and  usually  the  two  wires  are  twisted  for  a  few  turns  at  the  hot 
junction  in  order  to  give  greater  mechanical  strength  to  the  joint.  The 
two  wires  are  insulated  by  fireclay  insulating  tubes,  or  by  asbestos  sleev- 
ing or  cord,  and  are  connected  to  a  suitable  couple  head  forming  the  cold 
junction.  For  severe  use  it  is  necessary  to  encase  the  couple  in  a  pro- 
tecting tube  of  steel,  chromel,  porcelain,  fireclay,  etc. 

A  different  form  of  base-metal  couple,  known  under  the  tradp  name 
of  "pyod"  consists  of  an  outer  tube  of  iron  and  an  inner  wire  or  rod  of 


constantan.  The  two  are  fused  at  one  end  into  a  neat  joint  forming 
the  hot  junction,  and  are  insulated  from  each  other  up  to  the  couple 
head,  or  cold  junction.  The  couple  is  thus  mechanically  stroi^er  than 
one  formed  of  two  wires,  and  when  used  without  an  additional  protecting 
tube,  is  somewhat  less  liable  to  contamination  than  the  bare-wire 
couple.  Pyod  couples  should  nevertheless  be  protected  by  outer  tubes 
if  subjected  to  severe  furnace  conditions.  Figs.  1  to  3  illustrate  several 
couples  and  mountings.     It  is  sometimes  desirable  to  bend  a  couple, 


i^Goot^lc 


PAUL  D.   FOOTB,   T.   R.  HARRISON  AND  C.   O.   VAIBCHILD  79 

usually  a  mounted  couple  will  stand  beoding,  but  one  should  first 
remove  porcelain  tubes  or  insulators  liable  to  be  broken  by  the 
process. 

Indicating  Instruments 

The  indicating  instruments  connected  to  the  thermocouple  are  of  three 
general  types;  those  operating  upon  the  galvaQometrio  principle,  as  an 
ordinary  voltmeter;  those  operating  upon  the  potentiometric  principle; 
and  those  operating  upon  a  combination  of  these  two  principles.  The 
first  two  types  of  instrument  have  been  made  automatically  recording,  as 
will  be  discussed  elsewhere. 

Galvanomeler  Method 

Galvsnometers  for  measuring  the  electromotive  force  developed  by  a 
thermocouple  usually  operate  on  the  d'Arsonval  principle,  having  a 
moving  coil  mounted  between  the  poles  of  a  permanent  magnet.  Dif- 
ferent methods  for  mounting  the  coil  are  employed.  The  coil  may  be 
suspended  both  above  and  below  by  phosphor-bronze  suspensions,  and 
although  many  foreign  instruments  of  this  type  have  proved  deUcate, 
one  of  the  latest  forms  of  American  double-suspension  galvanometer  may 
be  subjected  to  severe  handling  without  injury.  The  combination  of  an 
upper  suspension  and  a  lower  pivot  has  been  used  extensively.  A  uni- 
pivot  system  is  employed  by  one  English  and  one  American  manufacturer. 
The  pivot  is  at  the  center  of  the  coil  and  the  center  of  gravity  of  the  whole 
moving  system  is  at  the  point  of  the  pivot. 

The  scale  of  the  instrument  may  be  graduated  to  read  e.m.f.  or  tem- 
perature. By  adding  a  series  resistance,  mounted  inside  the  galva- 
nometer case,  and  an  extra  terminal,  two  scale  ranges  may  be  utilized,  one 
for  base-metal  and  the  other  for  rare-metal  couples.  Indicators  may  be 
obtained  in  either  the  switchboard  or  the  portable  type,  the  former 
being  desirable  for  permanent  installations.  Usually  high  precision  is 
not  required  of  an  instrument  of  the  switchboard  type,  so  that  the 
graduations  may  be  coarse. 

Reaietance  of  Indicating  Instrument. — When  operated  at  the  highest 
Aafe  working  temperatures,  most  base-metal  couplee  develop  a  maximum 
e.m.f.  of  less  than  50  to  70  millivolts,  and  the  LeChatelier  couple  about 
16  millivolts;  a  very  sensitive  indicator  or  millivoltmeter  is  therefore 
required.  On  the  other  hand,  the  instrument  must  be  able  to  withstand 
rough  handling,  and  these  opposing  conditions  are  difficult  to  satisfy. 
The  deflection  registered  by  the  millivoltmeter  is  approximately  propor- 
tional to  the  current  Sowing  through  the  coil;  hence,  if  the  resistance  of 
the  total  thermoelectric  circuit  is  low,  relatively  large  currents  are 
obtained,  resulting  in  a  torque  high  on  the  movable  coil.  When  the 
current  is  large,  the  construction  of  the  indicator  may  therefore  be  robust; 
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strong  springs  for  balancing  the  turning  moment  of  the  coil  may  be  em- 
ployed, and  less  attention  need  be  given  to  the  friction  of  the  pivots  in 
their  bearings.  The  torque  may  be  made  high  without  greatly  increas- 
ing the  resistance  of  the  circuit  by  using  a  great  number  of  turns  of  copper 
wire  in  the  coil.  Copper  possesses  a  large  temperature  coefficient  of 
resistance,  so  that  ordinarily  the  calibration  of  an  instrument  having 
its  entire  electrical  circuit  of  copper  would  be  affected  by  the  temperature. 
However,  by  the  use  of  shunt  and  series  resistances  of  a  certain  type  it  is 
possible  to  reduce  these  errors  to  a  negligible  amount.  Thus  it  is  not 
difficult  to  construct  a  sufficiently  sensitive  miUivoltmeter  of  low  resist- 
ance. The  objection,  from  the  pyrometric  standpoint,  to  such  an  instru- 
ment used  as  a  simple  galvanometer  has  led  to  the  development  of 
indicators  having  considerable  resistance.  These  are  made  by  placing 
a  b^h  resistance,  of  zero  temperature  coefficient,  such  as  manganin,  in 
series  with  the  coil,  and  by  increasing  the  number  of  turns  on  the  moving 
coil  to  compensate  for  the  decrease  in  sensitivity  arising  from  the  increased 
resistance.  The  so-called  swamping  resistance,  having  zero  tempera- 
ture coefficient,  may  be  so  proportioned  with  res^t  to  the  copper  that, 
due  account  being  taken  of  the  temperature  coefficient  of  elasticity  of 
the  springs,  the  instrument  as  a  whole  possesses  a  negligible  temperature 
coefficient.  The  high  resistance  greatly  diminishes  the  current  flowing 
through  the  coil  and  thus  reduces  the  deflection;  hence,  attention  must 
be  given  to  the  elimination  of  bearing  friction,  and  the  instrument  is 
necessarily  more  delicate  than  a  low-resistance  indicator  of  the  same  type. 
The  advantage  of  an  instrument  havii^  a  high  resistance  is  demonstrated 
by  the  following  discussion. 

The  current  flowing  in  the  circuit  is  equal  to  e  -^  A,  e  being  the  elec- 
tromotive force  developed  by  the  couple  and  R  the  total  resistance  of  the 
circuit.  While  the  temperature  of  the  furnace  remains  flxed,  e  is  constant, 
but  the  deflection  of  the  instrument  will  be  affected  by  changes  in  resist- 
ance; hence  any  variation  in  R  which  produces  a  change  in  the  reading  of 
the  instrument  would  be  interpreted  as  a  change  in  the  temperature  of 
the  furnace.  The  total  resistance  of  the  circuit  consists  of  three  parts, 
Rg,  of  the  miUivoltmeter,  Bt,  of  the  line,  and  Re,  of  the  couple.  If  these 
elements  are  properly  proportioned,  the  effect  upon  the  reading  of  the 
indicator,  due  to  any  changes  in  the  total  resistance  likely  to  occur,  can 
be  reduced  practically  to  zero.  This  condition  is  realized  when  the 
resistance  of  the  galvanometer  is  sufficiently  high  compared  with  the 
resistance  of  the  external  circuit.  Suppose  that  the  indicator  has  a  scale 
graduated  to  read  the  potential  difference  at  its  terminals.  The  relation 
between  the  reading  of  the  instnmieBt  eo  and  the  true  e.ni.f.  e  of  the 
couple  is  given  by  the  following  equation : 
R, 
"'"ffi.  +  fl.  +  fit" 
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Thus,  URgiB  hage  compared  to  B,  +  Rl,  the  ratio  B,  -^  (R,  +  R,  +  R,,) 
is  practically  1,  and  the  reading  of  the  galvanometer  gives  the  true 
e.m.f.  of  the  couple. 

Robust  indicators  are  now  obtainable  having  resistances  of  300  to 
1200  ohms.  Consider,  for  example,  an  installation  in  which  the  galva- 
nometer resistance  is  300  ohms,  couple  resistance  1  ohm,  line  resistance 

1  ohm. 

*"      B.  +  iJ.  +  fi^  *      300  +  1  +  1  ^      "■"^■**' 
Thus  the  reading  of  the  instrument  gives  the  true  electromotive  force  of 
the  couple  to  within  0.7  per  cent.    Instruments  having  a  resistance  as 
low  as  10  ohms,  or  less,  are  in  extensive  use.     Suppose  a  galvanometer  of 
ID-ohm  resistance  were  used  in  the  circuit  described  above: 

*' "  rT+r'.+'Rl  " "  io+1  +  1  ° °"^^ 

Thus  the  e.m.f.  indicated  by  the  instrument  would  be  17  per  cent,  less 
than  the  true  e.m.f.  of  the  couple.  Such  large  errors  are  compensated 
by  arbitrarily  graduating  the  scale  to  read  the  true  e.m,f.  of  the  couple 
when  the  external  resistance  has  a  certain  value.  Bad  contacts,  deteriorar 
tioD  of  the  couple  from  oxidation,  change  iji  depth  of  insertion,  tempera- 
ture coefficient  of  the  copper  lead  wires,  etc.  may  at  any  time  alter  the 
resistance  of  the  external  circuit.  Let  us  compare  the  behavior  of  the 
300-ohm  instrument  and  the  10-ohm  instrument,  assuming  botH  &re 
compensatingly  graduated  to  read  correctly  for  an  external  resistance  of 

2  ohms,  when  for  one  of  the  several  reasons  cited  above  the  external 
resistance  varies  slightly.  The  relation  between  the  potential  drop  e^ 
across  the  terminals  of  the  galvanometer  and  the  e.m.f .  e  of  the  couple  is 
as  follows,  where  the  total  line  resistance  R'  =  Bt  +  Rl- 

R, 

Hence  eg  is  always  less  than  e.  Suppose,  however,  for  a  certain  line  re- 
sistance R'n  the  scale  of  the  indicator  is  arbitrarily  graduated  so  that 
the  reading  e'  equals  the  true  e  of  the  couple.  The  relation  between  the 
scale  reading  and  the  potential  drop  across  the  terminals  of  the  instru- 
ment must  be,  accordingly 

■  R,  +  R',    _„ 

€   = o     —Co  =  rCB 

where  F  is  a  constant.  The  graduations  on  the  scale  are  such  that  for 
any  deflection  of  the  pointer  the  scalfe  reading  is  F  times  the  potential 
drop  across  the  galvanometer  terminals.  On  substituting  this  value  of 
t%  in  the  above  equation  we  obtain: 
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The  following  table  shows  the  percentage  error  in  the  indicated 
e',  computed  from  the  above  equation,  when  the  line  resistance  If  has 
the  values  1 ,  2,  3  and  4  ohms  respectively,  when  A„  the  reeistances  of  the 
indicators,  are  300  and  10  ohms  respectively,  and  R'n,  the  normal  line 
resistance,  is  2  ohms. 

Table  1. — Error  Due  to  Change  in  Line  Resistance 

Par  Cent.  Eriot  in  Indlcntcr  Rndini     i  Error  In  D«cK«l  It  1000°  C. 

SOOOfami  lOObma  300  Obnit  10  Ohms 


I 

+0.33 

+9.1 

+3.3 

+91 

2 

0 

0 

0 

0 

3 

-0.33 

-7.7 

-3.3 

-77 

4 

-0.66 

— U.3 

-6.6 

-143 

Thus,  when  both  instruments  read  correctly  for  an  external  resistance 
of  2  ohms,  if  the  external  resistance  is  increased  by  1  ohm,  the  low-resist- 
ance indicator  is  in  error  by  7.7  per  cent,  or  about  77°  at  1000°  C,  while 
the   high-resistance   instrument   still   reads   practically    correct.     This 

.  emphasizes  the  importance  of  using  a  galvanometer  having  a  resistance 
of  300  ohms  or  more.  In  actual  operation  the  line  resistance  may  change 
by  several  ohms  on  account  of  bad  contacts  and  deterioration  of  the 
thermocouple. 

It  must  not  be  inferred  that  all  high-resistance  indicators  are  neces- 
sarily superior  to  all  indicators  of  low  resistance.  Superior  workman- 
ship and  certain  mechanical  details  may  lead  to  the  choice  of  a  particular 
instrument  having  a  resistance  less  than  100  ohms,  especially  in  the  case 
of  recording  millivoltmeters;  nevertheless  the  resistance  of  theinstrument 
is  a  matter  ctf  extreme  importance,  and  a  galvanometric  indicator  of  low 
resistance  is  always  subject  to  the  errors  arising  from  small  changes  in 

■  the  resistance  of  the  circuit.  This  does  not  apply  to  the  compenaated 
galvanometer,  or  to  semi-potentiometric  instruments  described  later. 
Figs.  4  and  5  represei  t  typical  American  indicating  galvanometers. 
Portable  Test  Set. — On  account  of  the  errors  which  may  be  introduced 
in  the  reading  of  a  gt.Ivsnometer  by  variation  in  resistance  of  the  line 
or  couple,  it  is  import-ant  to  have  some  means  for  measuring  this  resist- 
ance occasionally.  Every  plant  requiring  a  lai^e  thermocouple  installa- 
tion with  simple  galvanometric  indicators  should  have  a  portable 
Wheatstone  bridge  or  "test  set",  for  this  purpose.  Fig.  6  illustrates  a 
simple  and  inexpensive  instrument  made  by  Leeds  &  Northnip  Company. 
Disconnect  the  pyromecer  indicator  from  the  circuit  and  connect  the  two 
line  wires  to  the  X  terminals  of  the  test  set;  note  the  measured  resistance. 
lUverse  the  +  and  —  lead  wires  at  X  and  obtain  a  new  reading;  the 
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mean  of  the  two  observations  ie  the  resistance  of  the  circuit,  the  two  read- 
ings being  different  because  of  the  e.in.f.  developed  by  the  couple.  If 
two  indicators,  or  an  indicator  and  a  recorder,  are  operated  in  parallel 


—Moving  bleuent  of  the  Engelhard  indicator.     A  dodble-suspen- 

(    WHICH    THE    SUSPEKBIONS    ABE    KEPT    OSDER    TENSION   BT    'mE 

aPBiNoB  A  AND  B.     The  tbnbion  is  scfticient  to  maintain  axial  ALtONyENT  of 

THE   COIL   WITHOUT   PRECISE    LEVELING.      ThE    INSTRUUENT   IS  VERT   ROBUST  AND  HAS 


on  the  same  circuit,  care  must  be  taken  that  both  instruments  are  dis- 
connected from  the  circuit  during  the  measurement  of  th6  resistance. 
If  the  resistance  of  the  line  and  couple  is  found  to  be  much  higher  than 
that  for  which  the  indicator  was  designed,  short-circuit  the  line  at  the 
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cold  junction  and  determine  whether  the  fault  is  in  the  couple  or  in  the 
line;  if  in  the  former,  the  couple  usually  should  be  replaced.  By  such 
occasional  observations  serious  faults  may  be  delected  long  before  they 
would  be  suspected  from  the  low  values  in  the  indicated  temperatures. 
Galvanometer  witk  Variable  Series  Resistance. — Galvanometere,  es- 
pecially those  of  low  resistance,  are  usually  calibrated  to  read  correctly 
for  a  definite  line  resistance.  Suppose  an  indicator  is  desired  for  a  line 
the  resistance  of  which  changes  from  almost  zero  to  10  ohms.  The  in- 
strument is  calibrated  to  read  correctly  for  a  line  resistance  of  10 


ohms,  and  in  the  galvanometer  case,  in  series  with  the  line,  is  a  variable 
resistance  which  can  be  adjusted  by  hand  until  the  sum  of  the  line  re- 
sistance and  the  variable  resistance  equals  10  ohms.  The  dial  of  the 
variable  resistance  is  graduated  to  read  the  amount  of  resistance  cut  out 
of  the  circuit;  bence  it  should  be  set  at  the  resistance  of  the  line  and 
couple,  which  value  may  be  determined  by  a  test  set.  This  method  is  of 
great  value  for  precision  work  with  a  galvanometric  indicator.  The 
principal  objection  to  it,  which  also  applies  to  all  galvanometric  indica- 
tors thus  far  described  when  used  for  accurate  mea8urements>  is  the 
necessity  for  measuring  the  resistance  of  the  line  and  couple.  This  ob- 
jection is  avoided  and  other  desirable  features  have  been  added  in  the 
instrument  next  mentioned. . 

Harrison-Foote  Compensated  Indicator. — -This  instrument,  manufac- 
tured by  The  Brown  Instrument  Co.,  is  illustrated  in  a  simple  form  by  Fig. 
7.    The  circuit  CDGF  is  an  ordinary  millivoltmeter  in  which  G  represents 
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the  moving  coil,  in  aeries  with  which  is  an  adjustable  rheostat  CB. 
The  maximum  value  r^  of  this  resistance  is  chosen  equal  to  the  maximum 
value  of  the  resistance  of  the  Une  and  couple  likely  to  occur  in  practice;  a 
convenient  value  is  15  ohms.  With  the  sUde  of  the  rheostat  set  for  the 
maximum  resistance,  ti  =  u,  the  instrument  is  calibrated  in  terms  of 
the  potential  drop  across  AH.  Hence  when  the  instrument  is  con- 
nected through  the  line  having  resistance  L  to  the  couple  having  resists 
ance  T,  the  rheostat  CB  must  be  adjusted  until  fi  +  L  +  T  =  r*.  The 
scale  reading  then  gives  correctly  the  e.m.f .,  e,  of  the  couple,  or  the  correct 
temperature  if  the  scale  ia  graduated  in  degrees.    This  adjustment  is 


>. 


made  in  the  following  manner.  By  depressing  the  key  K  a  portion  of  the 
Kslvanometer  resistance  ri  is  short-circuited  and  the  rest  of  the  resistance 
ri,  containing  the  moving  coil,  is  shimted  by  a  resistance  r*.  If  e*  repre- 
sents the  potential  drop  across  DF  when  the  key  is  open,  and  e"  repre- 
sents the  drop  when  the  key  is  closed,  we  obtain  : 


L+T  +  ri  +  rt  +  u 

„  ^ er,r< _ 

(L+~T  +  r])  (r,  -|-  r.)  +  r.T* 
If  ri  is  so  adjusted  that  these  two  potential  drops,  and  hence  the  deflec- 
tions of  the  indicator,  are  the  same,  we  have,  on  equating, 


L+rH-r,  =  '^" 


:  a  constant. 


If  now,  in  the  construction  of  the  instrument,  riu  -^  rj  is  made  equal  to 
Tt,  the  above  setting  makes  L  +  T  +  ri  =•  ft,  the  adjustment  required 
in  order  that  the  reading  of  the  scale  may  give  the  true  e.m.f .  of  the  couple. 
The  ease  with  which  the  proper  setting  can  be  obtained  is  greatly 
improved  by  making  r»  +  r,  equal  to  from  5  to  10.  Suppose  it  be  made 
equal  to  9.     Then  if  ri  is  improperly  adjusted,  and  the  instrument  reads 
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in  error  by,  say,  5e  when  K  is  open,  on  depressing  the  key  the  reading 
is  changed  by  9Se.  If  now  ri  is  readjusted  with  the  key  depressed  until 
the  reading  takes  its  initial  value,  the  error  with  the  key  open  is  reduced 
to  Se+lO.  The  process  for  operating  the  instruinent  is  accordingly  as 
follows : 

1.  Read  the  instrument  with  the  key  open. 

2.  Close  the  key  and  adjust  the  rheostat  ri  until  the  instrument  reads 
approximately  the  same  as  in  I. 

3.  Kepeat  1  and  2  if  necessary. 

When  fi  -f-  r«  =  9  it  is  rarely  necessary  to  make  a  second  adjustment. 
In  position  1  the  instrument  acts  as  an  ordinary  galvanometer.  The 
single  setting  in  position  2  reduces  the  error  in  the  ordinary  galvanometer 
by  the  factor  Ho,  which  is  usually  sufficient.  The  adjustment  for  the 
proper  external  resistance,  if  desired,  can  be  made  with  10  times  the  pre- 
cision necessary.  Variation  in  line  resistance,  which  might  give  rise  to 
very  serious  errors,  is  thus  easily  and  accurately  controlled  by  a  simple 
mechanical  adjustment. 

The  device  is  readily  applicable  to  multiple  installations  of  different 
line  resistances.  For  multiple  point  recorders  and  indicators,  as  many 
resistances  BC  may  be  employed  as  there  are  couples.  These  may  be 
inexpensive  rheostats,  having  a  resistance  of  approximately  15  ohms  each, 
located  in  each  line  between  the  couple  and  the  selective  switch;  they 
may  be  adjusted  in  the  manner  described  whenever  convenient  or  neces- 
sary. A  suitable  proportioning  of  resistances  for  a  300-ohm  indicator 
would  be:  r»  =  135  ohms;  n  =  150  ohms;  r<  =  150  -5-  9  =  16^  ohms; 
rt  =  15  ohms;  fj  +  r,  +  r»  =  300  ohms. 

If  the  simple  indicator  has  the  proper  ratio  of  manganin  to  copper,  its 
temperature  coefficient  is  practically  zero.  In  that  case  the  shunt  r, 
should  have  the  same  manganin  to  copper  ratio  as  the  portion  of  the 
galvanometer  resistance  comprised  by  rs,  thus  giving  the  instrument  as  a 
whole  a  zero  temperature  coefficient.  If  the  simple  indicator  does  not 
have  a  zero  temperature  coefficient  it  is  possible,  by  increasing  the  pro- 
portion  of  manganin  in  r^,  to  compensate  for  the  temperature  coefficient 
of  the  resistance  n. 

Potentiometer  Method 

The  potentiometer  method  is  the  most  accurate  for  measuring  the 
e.m.f.  of  a  thermocouple.  The  fundamental  principle  is  illustrated  by 
Fig.  8.  A  constant  current  from  the  battery  B  flows  through  the  slide- 
wire  resistance  abc.  One  wire  of  the  couple  T  is  connected  to  the  movable 
contact  6  and  the  other  wire,  in  series  with  a  sensitive  galvanometer,  is 
connected  to  a.  The  contact  b  is  moved  until  the  galvanoiheter  reads 
zero,  showing  that  no  current  is  flowing  through  the  thermocouple  circuit; 
the  true  e.m.f.  of  the  couple  is  then  equal  to  the  potential  drop  across 
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ab,  and  this  is  computed  from  e  =  it,  where  i  is  the  current  flowing  through 
the  resistance  r  =  ab..  The  slide  wire  may  be  graduated  to  read  milli- 
volts or  temperature  directly,  if  the  current  is  always  ad j  usted  to  a  definite 
value;  various  devices  are  employed  for  this  purpose.  An  ammeter  will 
answer,  but  the  usual  method  is  to  obtain  a  preliminary  setting  by  re- 
placing the  thermocouple  by  a  constant  known  source  of  e.m.f.,  such  as 
a  standard  cell.  The  galvanometer  G  is  always  used  as  a  sero  instrument 
in  a  strictly  potentiometric  circuit;  hence  it  requires  no  calibrated  scale 
and  no  attention  need  be  given  to  the  constancy  of  its  sensitivity,  pro- 
vided it  is  always  sufficiently  sensitive  to  serve  its  purpose.    These 
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requirements  are  easily  met,  and  the  entire  potentiometer,  including 
galvanometer,  battery,  standard  cfill,  slide  wires,  etc.  are  mounted  in  » 
case  not  much  larger  than  that  of  a  millivoltmeter.  The  instrument  is  as 
mechanically  robust  as  many  indicators  operating  on  the  galvanometric 
principle. 

The  potentiometer  method  has  several  important  advantages.  The 
scale  is  easily  made  very  open,  thus  permitting  accurate  readings;  the 
instrument  described  below  has  a  scale  length  of  40  cm.  The  calibration 
of  the  scale  is  in  no  way  dependent  upon  the  constancy  of  magnets, 
springs,  or  jewel  bearings,  nor  upon  the  level  of  the  instrument.  From 
the  pyrometric  standpoint,  the  greatest  advantage  is  the  complete 
elimination  of  errors  due  to  chaises  in  the  resistance  of  the  couple  or  of 
the  lead  wires;  no  matter  what  resistance  is  inserted  in  the  thermocouple 
circuit,  the  reading  of  the  potentiometer  still  gives  the  true  e.m.f.  of  the 
couple  although,  of  course,  the  sensitivity  of  the  instrument  is  decreased 
by  excessive  resistance.  The  only  objections  to  the  potentiometer  are 
its  slightly  greater  initial  cost  and  the  fact  that  usually  a  manual  adjust- 
ment must  be  made  to  obtain  a  setting.  In  the  potentiometric  recording 
instrument,  however,  all  the  various  manipulations  may  be  performed 
mechanically,  even  to  the  balancing  against  the  standard  cell. 

Fig.  9  illustrates  the  portable  potentiometer  manufactured  by  Leeds 
4  Northrup,  and  Fig.  10  shows  the  wiring  diagram.  The  galvanometer 
should  be  adjusted  to  read  zero  on  open  circuit.    At  intervals  of  a  few 
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bouts  the  setting  on  the  standard  cell  should  be  made.  This  is  done  by 
depressing  the  key  SC  and  adjusting  the  resistance  RB'  by  turning  the 
knurled  bead  on  the  left  of  the  case  until  the  galvanometer  reads  zero. 
The  thermocouple  is  connected  to  the  terminals  TC  and  the  e.pi.f.  or 
temperature  is  observed  directly  on  the  dial  by  depresang  the  key  marked 


Fio.  9. — PoRTABUi  POTENTIOMETEH.     (LeeiU  &  NoTthrup.) 

TC  and  turning  the  main  dial  until  the  galvanometer  indicates  zero. 
The  key  TC  and  the  key  SC  should  never  be  depressed  at  the  same  time. 
These  instruments  can  be  made  in  any  scale  range  or  with  multiple  scale 
ranges  adapted  to  various  types  of  couple. 


Fia.    10. WlRINO    DIAQBAM    OF    LeEDS    &     NORTHRUP     PORTABLE      POTENTIOMETER, 

Semi-potentiometer  Method 

It  is  possible  by  means  of  a  single  galvanometer  or  millivoltmeter  to 
measure  the  e.m.f,  of  a  couple  potentiometrically.  Thus,  in  F^.  8, 
by  using  a  shunted  galvanometer  first  in  the  main  circuit  abcB,  as  an 
ammeter,  the  initial  setting  for  a  standard  current  is  obtained.  Then  the 
instrument,  without  the  shunt,  is  placed  in  the  position  G  and  the  con- 
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tact  b  is  moved  along  the  graduated  slide  wire  until  a  zero  Betting  is 
obtained.  The  objection  to  this  method  is  that  if  the  miUivoltmeter  is 
sufficiently  sensitive  to  be  used  as  a  zero  instrument  it  is  not  likely  to  be 
Friable  as  an  anuneter,  and  vice  veraa.  Various  modifications  of  this 
device,  however,  have  proved  valuable  in  thermoelectric  pyrometry. 
Nartkrup  PyrovoUer, — Referring  to  Fig.  11  (o),  the  dry  cell  B  con- 
tained in  the  case  of  the  instrument  sends  a  current  through  the  variable 
resistance  R  and  the  fixed  resistances  C  and  S.  The  resistance  C,  of 
copper,  is  equal  in  value  to  the  resistance  of  the  copper  coil  in  the  moving 
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element  of  the  galvanometer  G.  The  couple  T  is  connected,  in  series  with 
the  moving  coil  of  the  galvanometer,  across  the  resistance  S.  The 
resistance  R  is  adjusted  until  the  galvanometer  reads  zero,  by  turning  the 
knurled  head  in  the  lower  nght-hand  corner  of  the  instrument.  The 
key  in  the  lower  left-hand  corner  is  then  depressed,  which  throws  the 
thermocouple  and  the  resistance  C  out  of  the  circuit,  and  replaces  C  by 
the  galvanometer  G  having  equivalent  resistance,  F^.  U  (6).  The 
galvanometer  is  now  defiected  by  an  amount  proportional  to  the  current 
flowing  through  it,  which  in  turn  is  proportional  to  the  potential  drop 
across  S.  The  scale  of  the  instrument  is  graduated  to  read  the  potential 
drop  over  S,  and  since  this  potential  difference  was  made  equal  to  the 
e.m.f .  of  the  couple  by  the  initial  setting  for  zero  deflection,  the  galva- 
nometer indicates  directly  the  true  e,m.f .  of  the  couple.  The  initial  setting 
is  not  altered  by  introducing  resistance  into  the  thermocouple  circuit,  so 
that  the  instrument  is  really  a  form  of  potentiometer.  The  scale  may  be 
graduated  to  indicate  temperature  for  any  particular  type  of  couple,  and 
the  instnmient  may  be  obtained  with  several  different  scale  ranges. 
Nortkrup  Con^nuoutly  Deflecting  Pyrovolter. — This  instrument  is  the 
ordinary  pyrovolter  with  the  addition  of  an  extra  key  and  an  adjustable 
resistance.  After  the  e.m.f.  of  the  couple  has  been  determined  by  the 
pyrovolter  method  just  described,  the  galvanometer,  in  series  with  this 
resistance,  is  connected  directly  to  the  thermocouple  terminals.    The 
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resistance  is  then  adjueted  until  the  reading  of  the  instniment  is  the  same 
as  that  determined  by  means  of  the  pyrovolter. 

Brown  Precision  Heatmeter  (old  form,  prior  to  May,  1919). — Making 
use  of  somewhat  differently  arranged  circuits,  this  instrument  is  identical 
in  principle  with  the  Northrup  continuously  deflecting  pyrovolter.  The 
wiring  diagram  is  given  in  Fig.  12.  By  means  of  suitable  switches  the 
electrical  connections  are  thrown  successively  into  the  three  positions 
illustrated,  No.  3  being  the  final  working  position  in  which  the  couple  is 
connected  directly  to  the  millivoltmeter  through  a  definite  line  resistance. 
In  the  first  position,  the  e.m.f.  of  the  couple  is  balanced  against  the  po- 
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tential  drop  between  S  and  S'  by  varying  R  and  R'  until  the  galvanome- 
ter Y  indicates  zero.  In  position  2,  the  thermocouple  circuit  is  cut  out 
and  the  galvanometer  is  connected  to  the  points  S  and  S';  the  scale  of  the 
galvanometer  is  so  divided  as  to  read  the  potential  differences  across  SS'. 
This  potential  difference  is  not  altered  by  switching  from  position  1  to 
2,  since  the  resistance  D  ia  ao  chosen  that  A  =  Y  +  D.  The  total  re- 
sistance of  the  galvanometer  circuit  in  position  2  is  D  +  Y  +  B.  In 
position  3  the  resistance  R,  is  adjusted  until  the  total  resistance  of  the 
galvanometer  circuit  is  equal  to  that  of  position  2,  viz.;  D  +  Y  +  B 
=  R,  +  Rl  +  Ri  +  B  +  Y.  This  adjustment  is  obtained  when  the 
reading  of  the  galvanometer  is  not  altered  by  switching  from  position 
2  to  3.  Thus  with  R,  properly  adjusted,  the  reading  of  the  indicator  in 
position  3  gives  directly  the  true  e.m.f.  or  temperature  of  the  couple  so 
long  as  the  line  resistance  flt  4-  Re  remains  unchanged.  This  instru- 
ment is  now  superseded  by  the  Harrison-Foote  compensated  indicator, 
called  the  Brown  Improved  Heatmeter. 

Deflection  Potentiometer  Method 

A  potentiometer  is  ordinarily  used  as  a  null  instrument,  the  e.m.f  of 
the  couple  being  exactly  balanced  by  the  potential  drop  over  a  resistance 
through  which  a  current  from  a  battery  is  flowing.     The  objection  some- 
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times  raised  againetthe  ordinary  potentiometer  for  industrial  installations 
IB  that  it  requires  a  manual  adjustment  of  a  dial  or  slide  wire  every  time 
an  observation  is  made.  This  objection  is  practically  eliminated  in  the 
deflection  potentiometer,  which  may  be  so  constructed  as  to  embodythe 
accuracy  of  the  ordinary  potentiometer  and  the  convenience  of  the 
galvanometer  indicator. 

In  the  deflection  potentiometer,  part  of  the  e.m.f.  of  the  couple  is 
balanced  against  the  potential  drop  over  a  resistance  through  which  a 
cxirrent  is  flowing,  while  the  remainder  is  indicated  by  the  deflection  of  a 
galvanometer  in  series  with  the  couple.  For  example,  the  instrutheot 
may  be  constructed  with  &  dial  of,  say,  16  points,  representing  potential 
differences  from  0  to  15  millivolts,  and  a  galvanometer  which  gives  full- 
scale  deflection  on  1  miUivolt.  The  dial  is  set  to  the  approximate  e.m.f. 
developed  by  the  couple,  and  the  dial  reading,  combined  with  the  galva- 
nometer reading,  gives  the  true  e.m.f.  of  the  couple.  In  many  industrial 
processes  the  temperature  of  the  couple  will  vary  only  slightly  during 
several  hours,  so  that  a  new  dial  setting  is  infrequently  required.  Thus 
the  method  for  obtaining  the  e.m.f.  of  the  couple  is  nearly  as  simple  as 
when  an  ordinary  galvanometric  indicator  is  used. 

The  theory  of  the  deflection  potentiometer  has  been  developed  in 
detail  by  Brooks.'  As  applied  to  e.m.f.  measurements,  the  simple  theory 
may  be  deduced  as  follows.  It  has  been  shown  in  the  case  of  an  ordinary 
potentiometer  that  if  an  e.m.f.  e'  is  exactly  balanced  against  the  potential 
drop  in  a  resistance  wire  of  a  potentiometer,  the  value  of  e'  will  be  given 
by  the  equation 

e'  =  —  ■■—  (1) 

where  E  is  the  e.m.f.  of  the  battery  used  to  furnish  the  current  in  the 
resistance  wire,  ri  is  the  resistance  of  this  wire,  and  ri  is  all  other  resistance 
in  the  battery  circuit.  Usually  the  value  of  e'  is  indicated  by  figures  on 
the  dials  or  sUde  wire  of  the  potentiometer.  If  e'  changes  to  a  new  value 
e  and  the  potentiometer  remains  adjusted  as  before,  a  current  will  flow 
through  the  galvanometer  and  thermocouple,  causing  the  galvanometer 
to  deflect.  The  currents  now  flowing  through  r^  and  rj  are  unequal  and 
are  different  from  the  original  value.  The  currents  flowing  in  the  differ- 
ent branches  of  the  circuit  are  indicated  by  Fig.  13,  in  which  T  represents 
a  thermocouple,  G  the  galvanometer,  abcB  the  potentiometer,  R  the 
resistance  of  the  galvanometer  and  thermocouple,  e  the  e.m.f.  of  the 
couple,  and  B  the  battery.  /  represents  the  current  flowing  from  a  to  & 
through  ri,  and  i  the  current  flowing  through  the  galvanometer.     Since 
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the  sum  of  the  e.m.f.'8  and  potential  drops  around  any  closed  circuit 
must  equal  zero  the  following  two  equations  may  be  written: 

£=(»■,  +  r,)  /  +  rti  (2) 

e  =  rj  -  Ri  (3)  . 

Substituting  the  value  of  /  from  equation  (2)  in  equation  (3),  and  sub- 
tracting this  value  of  e  from  the  value  of  e'  given  by  equation  (1),  we 
obtain: 

\        n  +  T,/  _  .     fir,  ''^^ 

r,  +  r,     1 
Hence,  when  a  potentiometer  ie  not  balanced,  a  current  will  flow  through 
the  galvanometer  equal  to  the  difference  between  the  setting  of  the 
potentiometer  and  the  e.m.f.  of  the  thermocouple,  divided  by  the  total 
resistance  H  +  riVt  -s-  (ri  +  rj)  in  the  galvanometer  circuit. 


Fig.  13. — Unbalancbd  fotentioubtbr  circuit. 


Representing  the  resistance  within  the  potentiometer,  rin  -f  (n  +  r»), 
by  Tp,  the  resistance  of  the  galvanometer  circuit  will  be  S  +  r,.  If 
the  galvanometer  is  to  indicate  correctly  the  unbalanced  e.m.f  ■  c'  —  e  at 
all  values  of  e',  its  sensitivity  must  remain  constant,  which  requires  that 
R  +  tf  remain  constant.  The  value  of  r^  will  change  as  point  b  is  moved 
nearer  to  a  or  c,  thus  altering  the  values  of  ri  and  rj.  Hence  it  is 
necessary  to  put  in  the  galvanometer  circuit  a  variable  resistance  which 
compensates  for  these  changes  in  r^. 

In  instruments  of  low  range,  suitable  for  thermocouples,  ri  is  made 
small  compared  With  ri.  ■  Since  rp  =  riTt  -^  (fi  +  ri)  if  r»  is  sufficiently 
large  compared  with  ri,  we  may  neglect  the  term  ri  in  the  denominator 
and  the  above  equation  reduces  to  rp  =  ri.  For  such  an  instrument  the 
compensating  resistance  in  series  with  the  galvanometer  is  decreased  by 
the  value  of  ri,  at  afiy  dial  setting.  Instruments  of  this  type  have  been 
designed  by  Brooks  and  by  White.  The  compensating  resistance  is 
mounted  as  an  integral  part  of  the  dial,  so  that  turning  the  dial  changes 
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the  e.iu.f.  setting  and  at  the  same  time  adjustB  the  compensating  re- 
sistance in  the  galvanometer  circuit  to  its  proper  value. 

f^.  14  iUustrateB  a  deflection  potentiometer  for  thermocouples, 
made  by  the  Taylor  Instrument  Co.,  and  known  as  the  "range  control 
board,"  The  galvanometer  G  is  provided  with  two  scales,  in  the  ranges 
0  to  500°  and  450  to  950°  respectively.  The  galvanometer  circuit  is 
connected  at  fixed  points  a  and  b  within  the  potentiometer,  and  when 
the  instrument  is  to  operate  in  the  lower  range  the  battery  circuit  is  opened. 
Thus  the  potentiometer  setting  e'  is  made  zero  without  changing  the 
value  of  rj.  In  this  range  the  instrument  operates  as  an  ordinary  galva- 
nometric  indicator.     If  the  temperature  of  the  thermocouple  is  above 
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450°  or  500°  C,  a  current  of  such  magnitude  is  made  to  flow  through  ri 
that  the  potential  drop  e'  across  n  balances  the  e.m.f.  developed  by  the 
couple  when  at  450°  C.  The  temperature  will  then  be  indicated  on  the 
high-range  scale. 

The  total  resistance  of  the  galvanometer  circuitis  almost  exactly  equal 
when  operating  in  either  range,  since  when  operating  in  the  upper  range 
the  shunting  effect  of  r*  +  rj  on  ri  is  negligible.  Since  a  separate  galva- 
nometer scale  is  provided  for  each  setting  of  the  potentiometer  (0  and  e'), 
it  is  not  really  necessary  that  the  sensitivity  be  equal  in  the  two  cases. 

For  the  high  range,  the  current  from  the  battery  is  adjusted  by  con- 
necting switch  8,  as  shown  by  the  dotted  line,  and  setting  ri  so  that  the 
galvanometer  deflects  to  a  marked  position.  Provision  must  be  made  for 
reversing  the  direction  of  the  current  from  the  battery  through  the  galva- 
nometer after  this  adjustment  has  been  made.  The  figure  does  not  show 
this,  nor  the  switch  for  opening  the  circuit  when  the  instrument  is  to  be 
used  for  the  low  range. 

Fig.  15  shows  the  Leeds  &  Northrup  instrument,  which  is  a  modifi- 
cation of  a  design  by  W.  P.  White.     When  a  range  suitable  for  thermo- 
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couples  is  used,  and  the  condition  of  a  balanced  Wheatstone  bridge  with 
arms  of  equal  resistance  is  never  far  departed  from,  the  resistance  of 
that  part  of  the  galvanometer  circuit  which  is  constituted  by  the  poten- 
tiometer usually  remains  constant  within  a  few  tenths  of  1  per  cent. 
The  value  of  this  resistance,  for  instruments  of  the  same  range  and  using 
the  same  battery  current,  is  considerably  higher  than  that  of  the  designs 
previously  discussed.     The  following  table  shows  suitable  values  of  the 
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difFerent  resistances  which  will  give,  to  a  satisfactory  degree,  conditions 
of  a  nearly  balanced  Wheatstone  bridge  with  equal  arms: 

Resistance  e  to  a 475  ohms 

Reeistfrnoe  a  to  c 70  ohms 

Resistance  c  to  d 455  ohme 

Resistance  e  to  / 475  ohms 

Resistance  /  to  d 526  ohms 

Resistance  dBe Immaterial 


r.- 

L 

- 

^ 

^ 

^ 

=5S 

*^ 

^ 

^ 

^ 

Slide  Wire  Settlna 

Fio.  16. — Change  of  r,  with  sude-wibe  sethno  of  the  Leeds   &  Nobtrrdp 


These  values  may  be  divided  or  multiplied  by  any  number,  in  order 
to  obtain  any  desired  range  of  currents  and  a  proper  critical  damping 
resistance  for  the  galvanometer;  the  above  design  allows  a  range  of  70 
millivolts  over  the  slide  wire.    The  curves  in  Fig.  16  show  the  manner  in 
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which  the  resistance  r,  of  that  part  of  the  galvanometer  circuit  consisting 
of  the  parallel  paths  within  the  potentiometer  varies  with  different  set- 
tings of  the  slide  wire,  ranging  from  0  to  70  millivolts,  and  with  resistance 
Tt,  in  the  outside  battery  circuit  dBe,  varying  from  zero  to  infinity. 
Actually  rj  would  not  be  likely  to  vary  beyond  the  limits  100  and  500 
ohms.  An  average  value  for  rp  may  be  obtained  by  setting  the  slide  wire 
to  read  about  7  millivolts,  and  the  variation  of  r^  from  this  value  will 
generally  be  less  than  0.1  per  cent.,  whatever  the  setting  of  the  slide  wire 
on  the  battery  resistance  ri.  Therefore,  if  the  galvanometer  is  calibrated 
when  the  slide  is  set  to  read  7  it  will  be  more  nearly  accurate  with  varied 
settings  and  adjustments  of  the  instrument.  Since  r,  constitutes  only 
part  of  the  galvanometer  circuit,  the  galvanometer  sensitivity  will 
remain  constant  within  proportionally  less  than  0.1  per  cent. 

This  instrument  is  designed  primarily  so  that  the  slide  wire  S  may 
be  set  to  read  the  exact  temperature  required.  The  galvanometer 
G  accordingly  indicates  the  departure  of  the  actual  temperature  from 
the  temperature  desired.  It  thus  serves  as  a  very  convenient  guide 
to  the  operator  of  a  furnace,  who  can  see  at  a  glance  by  how  many 
degrees  the  temperature  at  any  time  differs  from  the  temperature  at 
which  the  furnace  should  be  operated. 

The  Beighlee  Electric  Company  makes  a  deflection  potentiometer 
which  is  a  modification  of  its  Wheatstone  bridge,  cold-junction  com- 
pensating instrument.  By  altering  the  ratio  of  the  coils  (Fig.  23)  in 
suitable  steps,  the  e.m.f.  of  the  couple  is  opposed  by  potential  drops  of 
different  values,  the  indicator  showing  the  unbalanced  portion  of  the 
thermocouple  e.m.f.,  as  in  the  other  instruments  described. 

Gradxtalion  for  Reading  Temperature  Directly. — The  preceding  discus- 
sion has  assumed  that  the  scale  of  the  galvanometer  may  be  graduated 
to  read  either  e.m.f.  or  temperature.  If  the  thermocouple  has  a  linear 
relation  between  e.m.f.  and  temperature,  the  theory  outlined  is  just  as 
applicable  to  a  scale  and  dial  graduated  in  terms  of  temperature  as  in 
terms  of  e.m.f.  If  the  temperature  e.m.f.  relation  of  the  couple  is  not 
linear,  a  given  temperature  change  corresponds  to  different  chaises  in 
e.m.f.,  depending  upon  the  temperature  of  the  couple.  Hence,  in  order 
that  the  scale  of  the  galvanometer  may  be  graduated  in  degrees,  it  is 
necessary  to  modify  its  sensitivity  in  the  various  temperature  ranges,  by 
means  of  series  resistance.  The  change  in'  thermoelectric  power  of  a 
couple  through  the  temperature  range  represented  by  the  scale  of  the 
galvauometer  is  usually  small. 

la  the  "range  control  board"  the  above-mentioned  difficulty  is 
avoided  by  the  provision  of  a  separate  scale  for  each  range,  but  it  would 
not  be  practical  to  apply  this  method  to  the  ordinary  deflection  potenti- 
ometer, which  may  have  10to20  different  scale  ranges.  In  the  deflection 
potentiometer  made  by  Leeds  &  Northrup  (Fig.  15)  the  ratios  of  the 
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reBistances  may  be  so  modified  as  to  produce  very  closely  the  proper  com- 
pensation in  Tp,  for  any  type  of  couple  used  industrially. 

Tbhfbrature  of  the  Cold  Jdnctions  of  Tqebmocouplbs 

The  e.m.f .  developed  by  a  thermocouple  depends  upon  the  tempera- 
ture of  the  cold  juncUons  as  well  as  upon  that  of  the  hot  junction.  For 
certain  base-metal  couples  having  a  nearly  linear  relation  between  tem- 
perature and  e.m.f.,  the  latter  ia  approximately  proportional  to  the  dif- 
ference in  temperatures  between  hot  and  coldjunction8;withsuchacouple 
*  a  change  of  S0°  in  the  temperature  of  the  cold  junctions,  unless  allowed 
for,  would  cause  an  error  of  50°  in  the  observed  temperature. 

If  a  couple  is  calibrated  with  a  cold-junction  temperature  of  ^o'C, 
but  is  used  with  a  cold-junction  temperature  of  f  V  C,  the  true  temperature 
of  the  hot  junction  is  obtained  by  adding  to  the  observed  temperature  the 
value  (t'o  —  to)  K,  where  K  is  &  factor  depending  upon  the  particular 
couple  employed  and  upon  the  temperature  of  the  hot  junction.  K 
varies  from  1.5  to  0.3,  but  for  rough  work  may  be  assumed  as  1.0  for 
base-metal  couples,  and  0.5  for  rare-metal  couples.  Table  2  gives  the 
cold-junction  factors  for  several  different  types  of.  couple. 

The  corrections  may  be  applied  directly,  without  computing,  by 
setting  the  pointer  of  the  galvanometer  to  read  the  cold-junction  t-em- 
perature  on  open  circuit;  this  is  done  by  turning  the  zero-adjustment 
screw  of  the  indicator  when  the  couple  is  disconnected.    This  method  of 


Table  2. — Cold-junclion  Correction  Factors 


■^^{^■■ 

'^5^-.^^ 

C=pp,™n.ta«t.. 

dSSS-c. 

266-450 
450-6S0 
650-1000 

0.66 
0.60 
0.65 

0.60 

B&C. 

2so-m 

400-660 
560-900 

900-1460 

0.60 
0.55 
0.60 

0,46 

0-50 
60-80 
80-110 

110-150 

160-200 
200-270 
270-360 

1.00 
0.96 
0.90 

0.85 

0.80 
0.75 
0.70 

0-100    1.00 
100-600  '  0.95 
600-1000   0.85 

IO0O-I46O 

0-800  i  l.OO 
800-1100   1.05 

•  Based  on  oalibrstion  with  (•  =0°  C. 

correcting  is  accurate,  but,  of  course,  requires  new  settings  whenever  the 
temperature  of  the  cold  junction  is  altered.  Indicators  of  the  poten- 
tiometric  type  frequently  have  a  movable  sUde  on  the  temperature  scale, 
or  an  auxiliary  dial  (see  discussion  below),  which,  when  set  to  the  tem- 
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perature  of  the  cold  junction,  gives  perfect  compensation  at  all  tempera- 
tures of  the  hot  junction;  these  two  methods  also  require  new  Bettings 
whenever  the  temperature  of  the  cold  junction  is  altered.  With  large 
and  permaoeot  installations  the  applyii^  of  corrections  for  the  tem- 
perature of  the  cold  junction  by  any  of  the  above  methods  is  frequently 
troublesome,  since  the  temperature  may  vary  considerably  within  a  few 
hours.  There  are  several  methods  for  obviating  this  necessity.  The 
bead  of  the  couple  may  be  fitted  with  a  water-jacket,  maintained  at 
practically  constant  temperature;  copper  wires  lead  from  the  terminals 
of  the  couple,  inside  the  water  jacket,  to  the  indicator,  the  pointer  of 
which,  on  open  circuit,  is  set  to  read  the  mean  temperature  of  the  water. 

Compensaiing  Leads 
The  use  of  compensating  lead  wires  from  the  couple  to  the  indicator  is 
the  most  generally  satisfactory  method  for  minimizii^  cold-junction 
errors  in  industrial  installations.    For  base-metal  couples,  these  lead 


Fio.  17. — Thebuobtatbd  coLi>-jONcnoN  box. 

wires  are  of  nearly  the  same  materials  as  those  employed  in  the  couple, 
small  stranded  wires  being  used  for  flexibility.  Thus  the  cold  junction 
is  transferred  from  the  head  of  the  couple,  where  the  temperature  varies, 
to  a  point  at  some  distance  from  the  furnace,  where  the  temperature  is 
reasonably  constant,  and  from  this  point  copper  wires  lead  to  the  indicator. 
The  compensating  wires  may  terminate  in  a  thermoetated  cold-junction 
box,  as  illustrated  by  F^.  17,  or  may.  be  buried  underground.  At  a 
depth  of  10  ft.  beneath  the  fioor  of  a  large  building,  the  temperature 
remains  constant  to  within  2°  C.  throughout  the  year;  usually  this  mean 
temperature  is  about  12°  C.  for  temperate  climates,  but  may  differ  some- 
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what  in  the  immediate  vicinity  of  a  lai^e  furnace.  To  apply  this  method 
-of  control,  an  iron  pipe  of  the  proper  length,  closed  at  the  bottom,  is 
driven  into  the  ground,  and  the  two  cold  junctions,  well  soldered  and 
carefully  insulated,  are  threaded  to  the  bottom  of  the  pipe  in  such  manner 
as  to  be  conveniently  removable  when  necessary.  The  top  of  the  pipe 
may  be  plugged  with  asbestos  or  waste,  and. covered  with  pitch  to  keep 
water  away  from  the  insulation.  The  scale  of  the  indicator  is  set  to  read 
the  mean  temperature  of  the  bottom  of  the  tube.  It  is  convenient  to 
have  an  extra  pair  of  compensating  leads,  or  an  extra  thermocouple  with 
its  junction  at  the  bottom  of  the  pipe,  to  measure  this  temperature 
occasionally.  Usually  the  compensating  leads  of  a  base-metal  couple  are 
marked,  or  are  equipped  with  one-way  terminals,  so  that  they  are  easily 
connected  properly  to  the  head  of  the  couple.  If  reversed  at  the  couple, 
the  leads  will  cause  an  error  double  the  amount  of  the  compensation. 
When  compensating  leads  of  a  base-metal  couple  are  properly  connected 
to  the  couple,  no  defiection  of  the  indicator  is  roistered  by  heating  the 
head  of  the  couple. 

The  high  cost  of  platinum  prevents  the  use  of  compensating  leads  of 
that  metal,  but  inexpensive  wires  (A  copper  and  nickel-copi)er  alloy  are 
now  available  for  use  with  the  platinum  and  platinum-rhodium  couple. 
These  lead  wires  do  not  compensate  individually,  but  taken  together  they 
compensate  to  within  5°  C.  for  a  variation  of  200°  C.  at  the  junctions  of  the 
couple  and  lead  wires.  Both  terminals  on  the  head  of  the  couple  should  ' 
be  kept  as  nearly  as  possible  at  the  same  temperature.  The  copper 
compensating  lead  is  connected  to  the  platinum-rhodium  wire  of  the 
couple,  and  the  copper-nickel  wire  is  connected  to  the  platinum  wire  of 
the  couple,  i.e.,  alloy  wire  to  pure  metal  in  each  case.  The  cold  junction 
ia  then  located  at  the  indicator  end  of  the  compensating  leads,  and  it? 
temperature  may  be  controlled  by  one  of  the  methods  described;  coppei 
wires  run  from  this  point  to  the  indicator. 

Potentiometric  Compensation  Methods 

The  wiring  diagram  for  the  Leeds  &  Northrup  portable  potentiometer, 
equipped  with  a  hand-adjusted  cold-junction  compensator,  is  given  in 
Fig.  18.  The  e.m.f.  of  the  thermocouple  H  is  balanced  against  th<: 
potential  drop  across  DG,  a  condition  obtained  when  the  galvanometer 
reads  zero.  Dial  G  is  calibrated  to  read  the  temperature  of  the  hot 
junction  of  the  couple.  If  this  temperature  remains  constant  while 
the  temperature  of  the  cold  junction  T  increases,  the  e.m.f.  of  the  couple 
diminishes  and  the  point  G  would  have  to  be  moved  nearer  D  to  obtun  a 
balance.  If  this  were  done,  however,  the  temperature  indicated  on  the 
scale  would  be  too  low.  Heni.«,  instead  of  moving  G  the  contact  D  is 
turned  nearer  G  by  an  amount  depending  upon  the  temperature  of  the 
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cold  junction.  A  portion  of  the  Elide  wire  DGB,  containing  the  contact  D, 
is  mounted  as  a  separate  dial,  empirically  graduated  for  any  particular 
type  of  couple,  to  read  the  temperature  of  the  cold  junction.  The 
pointer  on  this  dial  is  set  at  the  cold-junction  temperature,  by  doing 
which  the  contact  D  is  moved  the  proper  amount  for  exact  compensation. 
The  balance  is  then  made  ip  the  usual  manner  by  adjusting  the  contact 
G.    The  temperature  now  indicated  on  the  main  dial  is  the  correct  tem- 


perature of  the  hot  junction  of  the  couple.  Fig.  18,  while  illustrating 
the  principle  of  this  method  of  compensation  does  not  permit  e.m.f. 
measurements  to  zero;  the  temperature  scale  on  the  main  dial  must 
start  at  the  highest  temperature  on  the  cold-junction  dial.  Fig.  19  illus- 
trates the  wiring  system  more  usually  employed,  the  cold-junction  dial 
being  in  parallel  instead  of  in  series  with  the  mayi  dial;  this  permits  set- 
tings on  the  main  dial  to  zero. 

The  above  principle  has  been  applied  in  an  automatic  compensator 
which  has  been  used  satisfactorily  with  the  Leeds  &  Northrup  recording 


Fio.  20. — Automatic  cold-junction  compenbator. 


indicators  (Fig.  20).  The  wiring  system  ia  similar  to  the  one  just  de- 
scribed, except  that  the  contact  D  of  Fig.  19  is  mechanically  fixed  between 
the  two  resistances  M,  having  a  zero  temperature  coefficient,  and  N, 
of  nickel,  having  a  high  temperature  coefficient.  The  resistance  N  is 
located  near  the  cold  junction  of  the  couple  so  that  its  temperature  and 
that  of  the  cold  junction  are  identical.  If  this  temperature  increases, 
the  o.m.f.  developed  by  the  couple  decreases,  but  the  accompanying 
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increase  in  the  resistance  N  automatically  produces  the  same  effect  as 
moving  the  contact  D  toward  G  in  Fig.  18.  The  circuit  is  more  simply 
represented  by  Fig.  21.  Let  e  ■=  e.m.f.  developed  by  the  couple  when  the 
hot  junction  is  at  a  temperature  t°  and  eg  =  the  e.m.f.  developed  for  a 
hot-junction  temperature  io,  the  cold-junction  temperature  beii^  0* 
in  both  cases.  Then  the  e.m.f.  developed  by  the  couple  when  its  hot 
junctioni8(''andcoldjunctioni8to'*ise  —  co-     Neglectingthe  slight  effect 


A'^V^^^VvVAVwVs/^-^^^A^VvV^AA^ 


VW^A/'^A^^^AAA)^/V^^— r-^//^AAAAW 


Fig.  21. — Automatic  cold-junction  coupensator. 


of  variation  in  resistance  JV  with  the  temperature,  the  potential  drop 
from  KtoE  due  to  the  battery  B  is  constant,  e'.  Whence,  the  potential 
difference  between  G  and  Z>  when  the  galvanometer  in  the  thermocouple 
circuit  indicates  zero  is  simply  derived  as  follows,  and  is  equal  to  the  e.m.f. 
of  the  couple: 

'{    »■»       __J^\ 
'  \ry  +  r,      M+n)"^      *• 

For  exact  compensation,  the  position  G  must  be  independent  of  the  cold 
junction  temperature  Iq;  hence,  on  differentiating  the  above  expression 
we  obtain  the  following  as  a  condition  which  must  be  satisfied: 

det  ^    ■       M     _  dN 

dh        (M+N)'~dt„ 
With  proper  proportioning  of  M  and  JV,  this  condition  is  fairly  well 
satisfied  by  the  nickel  coll  for  either  base-metal  or  rare-metal  couples, 
provided  the  temperature  range  for  the  cold  junction  is  small. 

Competisation  by  a  Shunt 

The  use  of  a  resistance,  having  a  high  temperature  coefficient,  shunted 
across  the  terminals  of  the  couple  at  the  cold  junction  was  suggested  by 
Foote*  in  1913  as  a  possible  method  of  partly  correcting  the  cold-junction 
errors.  A  modification  of  this  method  has  since  been  patented  by  Mertel- 
meyer*  and  is  used  by  the  Bristol  Co.     As  the  temperature  of  the  cold 

■  Foote:  U.  9.  Bureau  of  Standuds  Set.  Paper  202,  12. 

>  Meiielmeyer.  assignor  to  Bnaial  Co.,  U.  S.  Patent  No.  1228803, 1917. 
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juDction  increases,  the  e.m.f.  developed  by  the  couple  diminiBhes.  If, 
however,  the  resistance  of  the  coil  shunted  across  the  couple  increases 
with  the  temperature,  the  potential  drop  over  the  coil  tends  to  increase, 
and  by  properly  proportioiiing  the  constants  of  the  circuit  a  fair  degree 
of  compensation  is  obtained.  Fig.  22  illustrates  the  method  of  com- 
pensation for  potentiometric  measurements. 

Ti  —  reaastftnoe  of  the  theimocouple. 

ft  —  series  reaistanoe  h&ving  a  xero  lemperature  co- 
efficient (m&ng&niii). 

r,  -•  i«aiataaoe  of  the  shunt  at  0*. 

r't  "  resistance  of  shunt  at  temperature  <**. 

a  =  teotperatuTecoeffioientof redstaaoeoftheshuDt,    : 
reckoned  from  0*. 

0  —  thermoelectric  power  of  the  couple  (assumed 

constant). 
(  —  any  temperature  of  the  hot  junction. 

(•  —  any  temperature  of  the  oold  junotion,  and  of  ft. 

f  =  temperature  of  hot  junotion  for  which  perfect 
compensation  is  desired. 
ft  and  0°  -  temperatures  of  ootd  junction  for  which  perfect 
compensation  ia  desired. 

e'  —  potential  drop  acioaa  r't,  hot  junotion  being  at 
t°,  and  cold  junction  at  t**. 
«  —  ««  —  0  (t  —  tt)  —  e.m.f.  developed  by  couple. 

In  order  to  reduce  to  a  minimum  the  effect  of 
variatiOBS  in  the  resistance  ri  of  the  couple,  a 
relatively  high  resistance  r^  of  manganih  is  mounted 
in  series  with  the  couple.  If  ri  is  sufficiently  high 
compared  with  ri,  we  may  neglect  consideration  of 
the  latter  in  the  present  discussion.  The  potential  drop  e'"  across  r't 
for  a  cold-junction  temperature  t't"  and  a  hot-junction  temperature  t'° 
is  as  follows:  - 

^„  _  P(l'  -  t'o)  0  +^t\)r» 

r,  +  r.{r+ «('o)  ^^■' 

i'or  a  cold-junction  temperature  of  0",  and  a  hot-junction  temperature 
('",  the  potential  drop  e"  is: 

.".«;?.  (2) 

r*  +  r» 
For  exact  compensation,  e"  must  equal  e'";  hence  from  (1)  and  (2) 

Tt~      1  +  ae^ 

For  a  cold-junction  temperature  W,  and  a  hot-junction  temperature  t' 
the  potential  drop  across  r*!  is: 

,_jS(i-(o)C_H-aM'-. 
*  r, -H  r.(l -H  a(o) 


22.— COLD- 
JCNCTIOK      COUPKKSA- 
r     BETTNT    AND 


(3) 


(4) 
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For  a  cold-jimctioD  temperature  of  0°,  and  a  hot-junction  temperature 
t°,  the  potential  drop  across  /i  is: 

Tj  +  T) 

The  error  in  the  compensation,  expressed  in  degrees,  at  any  hot-junction 
temperature  t  and  cold-junction  temperature  to  is: 


Error,  in  degrees  = 


e"" 


{l  +  ~|)  it  -  tt){l  +  t^o) 
l+l*il  +  ah) 


On  substituting  the  value  of  rt  -^  rj  from  equation  (3),  we  obtain: 

Error,  in  degrees  =  '"{y'TTW  ) 
1  +  at\ 


where 


K  = 


l+ah 


Suppose  an  iron-constantan  couple  is  employed  and  perfect  compen- 
sation is  desired  for  a  hot-junction  temperature  of  800*  C.  when  the  cold- 
junction  temperatures  are  0°  or  SO'C-  The  potentiometer  indicator  is 
graduated  to  read  correctly  all  temperatures  of  the  hot  junction  when 
the  temperature  of  the  cold  junction  is  0°.  If  the  ahunt  is  constructed  of 
nickel  wire,  we  have  the  following  data:  a  =  0.006;  |3  =  0.05  milhvolts 
per  degree;  ('  =  800°  C;  I'o  =  50"  C. 

On  substituting  these  values  in  equations  (3)  and  (7)  we  obtain: 


-  r,  =  2.7 


Error,  in  degrees  =  (n 


The  ratio  of  the  resistance  of  the  nickel  shunt  to  that  of  the  manganin 
should  be  2.7,  at  0°.    Table  3  shows  the  magnitude  of  the  errors. 


Table  3, — Error  in  Compenaation  by  Shunt  Method 


Cold  junction,  t. 

0 

0 

0 

0 

10 

-0.7 

-2,8 

—3.9 

20 

-0.3 

-3.3 

-6.3 

30 

+1.1 

-3.2 

-7.6 

40 

+3.S 

-2.0 

—  7.6 

50 

+6.7 

0.0 

—6.7 

60 

+9.7 

+2.6 

-4.6 
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Thus,  over  a  range  of  200°  C.  in  the  temperature  of  the  hot  juaction  and 
of  60"  C  in  the  temperature  of  the  cold  junction,  the  method  compensates 
to  within  10°  C. 

The  above  method  may  be  applied  even  more  satisfactorily  when  a 
galvanometer  is  used  instead  of  a  potentiometer.  By  carrying  through 
a  series  of  computations  for  the  more  compUcated  circuit  with  a  galva- 
nometer, having  resistance  R,  a  relation  may  be  obtained  between  R,  rj, 
Tt,  a  and  fi.  A  wiring  system  according  to  the  data  in  Table  4  will  givo 
slightly  better  compensation  around  S00°  C.  than  that  of  the  potenti- 
ometer, as  in  Table  3. 

Table  4. — Shunt  Compensation  with  GaivanometHc  IndictOor 


too  23 


It  is  evident  that  this  method  of  compensation  has  certain  advantages 
in  the  control  and  maintaining  of  furnace  temperature.  It  should  not 
be  employed  when  the  variation  in  temperature  of  the  furnace  is  much 
greater  than  100°  C.  There  are  few  processes  in  which  the  use  of  compen- 
sated leads  with  a  cold-junction  box  or  a  buried  cold  junction  is  not 
preferable.  The  shunt  method  has  been  described  at  some  length  because 
it  has  not  been  discussed  elsewhere,  and  in  certain  restricted  applications 
the  method  offers  desirable  features. 

Wheatstone  Bridge  CompensaHon 

This  method  of  compensation  for  the  tempei'ature  of  the  cold  junc- 
tion, as  apphed  by  the  Beighlee  Electric  Co.,  is  illustrated  in  Fig.  23. 
The  switch  S  is  Srst  thrown  to  position  t.  The  fixed  resistances  A  and 
B  are  equal,  so  that  if  T  were  equal  to  D  the  galvanometer  would  show 
no  deflection;  the  resistance  of  T  is  actually  considerably  greater  than  that 
of  D.  By  varying  the  resistance  VR,  the  pointer  of  the  galvanometer 
may  be  adjusted  to  some  definite  mark  on  the  scale.  This  preliminary 
setting  fixes  the  amount  of  current  flowing  in  the  main  circuit  due  to  the 
battery  .ff. 

For  a  temperature  measurement,  the  switch  S  is  thrown  to  position 
1.  The  couple  and  the  resistances  X  +  C  now  constitute  an  arm  of  the 
bridge.  The  resistance  C  has  a  high  temperature  coefficient  and 
is  located  at  the  cold  junction  of  the  couple.  Suppose  the  apparatus  is 
standardized  for  a  cold-junction  temperature  of  0°;  at  that  temperatm% 
X  +  C  !=  D,  and  the  galvanometer  would  show  no  deflection  if  the  tem- 
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perattire  of  the  hot  juDction  were  0°.  As  the  temperature  of  the  hot 
junction  rises,  the  bridge  is  thrown  out  of  balance,  causing  a  deflection 
of  the  f^vanometer.  The  scale  of  the  instrument  is  accordingly  em- 
pirically graduated  to  read  the  temperature  of  the  hot  junction  when  the 
cold  junction  is  at  0°,  and  when  the  proper  current  is  flowing  through 
the  main  battery  circuit  as  determined  by  the  preliminary  adjustment. 
When  the  temperature  of  the  cold  junction  rises,  the  e.m.f .  of  the  couple 
diminishes,  but  the  resistance  C  increases.  An  increase  in  the  resistance 
C  tends  to  increase  the  deflection  of  the  galvanometer,  while  a  decrease  in 


FlU.   23  — CoLD-JDNCTlON   COUPISNflATION  BV    WUEATSTONB  BRIDOB   HXTHOD: 


the  e.m.f.  of  the  couple  tends  to  decrease  the  deflection.  For  the  reason 
that  the  thermoelectric  power  of  a  couple  and  the  temperature-reeistance 
coeflicient  of  the  coil  C  are  nearly  constant,  or  vary  similarly  with  tem- 
perature, over  a  small  range,  by  properly  proportioning  the  various 
resistances  of  the  circuit,  the  increased  deflection  due  to  increased 
resistance  of  C  compensates,  for  ^1  practical  purposes,  for  the  diminished 
deflection  due  to  the  reduction  in  e.m.f .  (S  the  couple  as  the  temperature 
of  the  cold  junction  rises. 


CORBECTION  FOB  iBBEPBODUdBIUTY  OF  CoUFLBS 

Platinum  and  platinum-rhodium  suitable  for  thermocouples  are 
refined  in  this  country  by  Engelhard  and  in  England  by  Johnson-Matthey. 
The  temperature-e.m.f.  relations  of  the  couples  .obtained  from  these  two 
sources  differ  somewhat  from  each  other,  but,  as  stated  elsewhere  in  this 
paper,  the  reproducibility  of  either  of  these  general  types  of  Le  Chatelier 
couple  is  highly  satisfactory.    The  e.m.f.  of  base-metal  couples  c^  any 
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given  type,  under  the  same  temperature  conditiona,  may  differ  by  5  per 
cent,  or  more;  expressed  in  temperature,  these  differences  may  amount  to 
50°  at  1000"  C.  If  the  manufacturer  of  the  couples  exercises  special 
care  in  the  choice  of  the  wire,  these  differences  may  be  considerably 
reduced.  For  example,  a  certain  length  of  chromel  wire  and  another 
of  alumel  wire  may  be  selected  as  representative  of  the  standard  couple 
for  which  the  scale  of  the  pyrometer  indicator  is  graduated.  The  various 
stock  coils  of  alumel  are  tested  thermoelectrically  against  the  standard 
alumel  wire  and  the  stock  coils  of  chromel  against  the  standard  chromel 
wire.  If  no  e.mi.  is  devdoped  by  heating  the  junction  of  the  standard 
wire  and  the  wire  under  test,  this  indicates  that  the  two  are  similar. 
SuppoBe,  however,  that  an  e.m.f.  of  0.5  millivolt  is  observed,  the  standard 
alumel  wire  being  positive.  This  coil  of  alumel  wire  should  accordingly 
be  used  with  a  coil  of  chromel  wire  to  which  the  standard  chromel  wire 
tested  0.5  millivolt  positive.  By  carrying  through  a  series  of  such  tests 
on  many  coils  of  wire,  always  heating  to  the  same  temperature,  various 
pairs  of  chromel  and  alumel  coils  may  be  selected,  of  which  the  tempera- 
ture-e.m.f.  relations  are  nearly  the  same  as  that  of  the  standard  couple. 
When  these  pairs  of  coils  are  made  into  couples,  any  differences  in  cali- 
brations from  that  of  the  standard  couple  will  be  due  mainly  to  hetero- 
genaty  of  the  wire  itself.  Usually  a  coil  of  wire  is  drawn  from  a  sii^e 
ingot,  and  its  variations  in  thermoelectric  properties  are  likely  to  be 
much  smaller  than  the  differences  between  two  coils  of  wire.  Any  re- 
maining variations  are  usually  of  small  practical  importance,  and  some 
manufacturers  consider  couples  made  from  wire'  thus  selected  to  be 
sufficiently  reproducible  for  industrial  purposes. 

Compensation  by  Series  Resistance 

It  is  obviously  impractical  to  graduate  the  scale  of  the  indicator  for 
every  individual  couple,  especially  as  several  couples  are  frequently 
connected  to  the  same  indicator.  If  a  couple  shows  a  higher  e.m.f .  than 
the  standard  couple  for  which  the  indicator  is  graduated,  a  sufficient 
amount  of  resistance  may  be  placed  in  series  with  the  galvanometer. 
Usually,  if  a  base-metal  couple  shows  an  e.m.f .,  say,  2  per  cent,  high  at 
1000°,  it  will  be  2  per  cent,  high  at  all  other  temperatures,  so  that  this 
method  of  correction  is  satisfactory  for  all  temperature  ranges.  The 
senes  resistance  must  be  located  at  the  couple  and  not  inside  the  galva- 
nometer. Ifacoupleshowsane.m.f.  2  percent,  high,  for  example,  theextra 
Beriw  resistance  must  be  2  per  cent,  of  the  total  resistance  of  the  circuit; 
thus,  with  a  300-ohm  galvanometer  and  neghgible  line  resistance,  6  ohms 
d  manganin  is  placed  in  series  and  is  mounted  on  a  spool  inside  the 
termincd  head  of  the  couple.  If  the  e.m.f.  of  a  couple  is  low,  resistance 
must  be  taken  out  of  the  circuit.    The  scale  of  the  instrument  is  accord- 
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ingly  designed  for  the  Dormal  couple  plus  a  certain  normal  series  resistance, 
the  latter  being  sufficient  to  permit  adjustment  for  couples  showing  low 
e.m.f. 

This  method  of  compensation  is  open  to  objection,  especially  from  the 
standpoint  of  the  pyrometer  manufacturer,  in  that  the  resistance  of  the 
serieB  coil  required  for  exact  compensation  depends  upon  the  resistance 
of  the  indicator.  Table  5  shows  the  values  of  the  series  resistances 
required  for  indicators  of  various  resistances,  in  order  to  provide  for  a 
maximum  variation  of  ±2  per  cent,  in  the  e.m.f.  of  different  couples.  The 
resistance  of  the  line  proper  (i.e.,  lead  wires  and  couple  without  series 
coil)  is  assumed  negligible. 

Table  5. — Series  Resiatance  Required  for  Compensation 

Reuotkucc  of  ludintor 


2  percent,  tow. .. 
I  per  cent.  low... 
0.5  per  cent.  low. 

Normal 

0.5  per  cent,  bigh 

1  per  cent.  high,. 

2  per  cent,  higli . . 


SOOOhtu 

ago  Ohm. 

lasobni 

SOObDu 

2S0hm> 

0 

0 

0 

0 

0 

5.0 

2.4 

1.2 

0.60 

0.24 

7.5 

3.7 

1.9 

0.75 

0.37 

10.1 

5.0 

2.5 

1.01 

0.50 

12.7 

6.3 

3.1 

1.27 

0.63 

15.2 

7,6 

3,8 

1.52 

0.76 

20,3 

10.1 

5.0 

2.03 

1.01 

0.40 


The  development'in  pyrometry  during  the  past  five  years  has  tended 
toward  the  inaking  of  indicators  having  higher  resistance,  with  the  object 
of  minimizing  the  errors  arising  from  variations  in  line  resistance.  As  a 
result,  instruments  having  resistances  ranging  from  5  to  600  or  even  1200 
ohms  are  on  the  market.  Hence,  when  ordering  couples  for  replacement, 
the  customer  must  state  the  resistance  of  the  indicator,  and  the  manufac> 
turer  must  carry  in  stock  an  almost  endless  assortment  of  couples  com- 
pensated and  calibrated  to  fit  all  the  instruments  he  has  manufactured 
possibly  in  the  past  ten  years.  A  large  plant  which  has  purchased  in- 
struments for  five  years  may  have  an  assortment  of  perhaps  100  indicators 
having  resistances  from  50  to  600  johms,  all  calibrated  to  read  correctly 
for  the  normal  couple.  Since  the  compensated  renewing  couples  are  no 
longer  interchangeable,  this  plant  would  be  required  to  carry  a  stock  of 
couples  for  every  indicator.  The  thances  for  confusion  of  records  and 
the  mixing  of  couples,  and  the  extra  coat  of  such  a  complete  stock,  are 
serious  items. 

The  possible  error  when  a  compensated  couple  is  used  with  the  wrong 
indicating  instrument  is  illustrated  by  the  following  example.  Suppose 
the  couple  originally  read  2  per  cent,  high  and  that  it  is  compensated 
to  read  correctly  with  a  500-ohm  indicator.    The  couple,  by  mistake, 
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is  connected  to  a  50-ohm  inatrument.  The  series  resistance  for  the  500- 
ohm  instrument  is  20.3  ohms  (see  Table  5)  while  that  for  the  50-ohm 
indicator  is  only  2.03  ohms.  The  introduction  of  20.3  ohms  in  series 
with  a  50-ohm  galvanometer,  when  only  2.03  ohms  should  be  used,  makes 
the  instrument  read  26  per  cent.  low.  Hence  if  the  temperature  of  the 
furnace  were  1000°  C,  the  error  would  be  260".  If  no  compensation  what- 
ever had  been  employed,  and  if  the  instruments  were  graduated  for  the 
normal  couple  with  no  resistance  in  series,  each  instrument,  when  con- 
nected to  the  couple  showing  e.m.f.  2  per  cent,  high,  would  be  in  error 
by  only  20"  at  1000°  C. 

One  way  to  prevent  such  mistakes  is  to  use  instruments  all  having 
the  same  resistance.  Indicators  having  a  practically  fixed  preassigned 
resistance  are  made  by  certain  manufacturers;  all  parts  of  the  galvanom- 
eters are  constructed  according  to  rigid  specification^.  The  swamping 
resistance  is  finally  adjusted  until  the  total  resistance  of  the  instru- 
ment has  the  preassigned  value  found  by  experiment  to  be  satisfactory. 
Slight  diCfereoces  may  still  exist  in  the  calibration  of  different  instruments; 
these  can  be  corrected  by  several  methods,  such  as : 

(o)  Calibrate  the  instrument  by  direct  experiment  and  make  a  hand- 
drawn  scale.  Different  instruments  will  have  slightly  different  tem- 
perature ranges. 

(b)  Use  printed  scales  and  adjust  the  sensitivity  of  the  galvanometer 
by  means  of  a  mf^netic  shunt. 

(c)  Use  printed  scales  in  several  different  temperature  ranges  and 
select  the  one  which  best  fits  the  instrument. 

(d)  Shunt  the  moving  coil  to  give  a  specified  deflection  on  a  specified 
current;  then  adjust  the  external  resistance  until  the  total  resistance  has 
the  proper  value.     Use  printed  scales. 

The  adoption  of  a  standard  instrument  is  likely  to  discourse  develop- 
ment on  the  part  of  the  manufacturers.  Furthermore,  instruments 
having  all  resistances  and  scale  ranges  are  in  daily  use  in  the  industries, 
and  they  are  giving  satisfactory  service;  it  is  impossible  to  consider 
discarding  all  except  those  having  a  certain  definite  resistance  in  order 
that  a  convenient  method  of  compensation  by  series  resistance  may  be 
adopted.  The  objection  to  compensation  by  series  resistance  is  further 
emphasized  when  indicators,  or  an  indicator  and  a  recorder,  are  operated 
in  parallel  on  the  same  couple.  Suppose  a  couple  reading  normally 
2  per  cent,  hi^  is  installed  with  a  500-ohm  indicator;  the  series  resistance 
in  the  head  of  the  couple  (Table  5)  is  20.3  ohms.  It  is  desired  to  operate 
another  similar  indicator  in  parallel.  The  resistance  of  two  500-ohm 
indicators  in  parallel  is  250  ohms;  the  two  indicators  accordingly  act  as  a 
single  mdicator  having  a  resistance  of  250  ohms.  Hence  the  series  re- 
sistance must  be  10.1  instead  of  20.3  ohms.  If  the  couple  is  to  be  used 
with  both  indicators  it  can  never  be  used  with  the  indicators  separately. 
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If  &  600-ohm  indicator  and  a  125-ohm  recorder  are  operated  in  parallel, 
the  two  inBtruments  act  as  a  single  indicator,  having  a  resistance  of  100 
ohms.  For  a  couple  reading  2  per  cent,  h^h,  the  series  resistance  must 
Be  20.3  ohms  when  the  500-ohm  indicator  is  used,  5.0  ohms  when  the 
125-ohm  recorder  is  used,  and  about  4  ohms  when  both  are  employed  in 
parallel.  When  instruments  of  low  and  difiFereat  resistances  are  operated 
in  parallel,  the  problem  of  choosing  the  proper  compensation  for  the 
couple  becomes  very  complicated.  In  fact,  it  is  frequently  necessary 
to  use  cut-out  switches  to  throw  the  recorder  out  of  the  circuit  when  the 
indicator  is  read,  and  vice  versa.  A  final  objection  to  the  method  of 
compensation  by  series  resistance  is  that  it  has  no  effect  when  a  potentio- 
metric  or  semi-potentiometnc  indicator  or  recorder  is  employed.  A 
couple  showing  e.m.f.  2  per  cent,  high,  and  compensated  to  read  cor- 
rectly on  a  500-ohm  indicator,  will  still  read  2  per  cent,  high  when  the 
measurements  are  made  with  a  potentiometer.  Since  the  use  of  potent- 
iometric  instruments  is  becoming  more  extensive  every  year,  especially 
for  laboratory  and  checking  work  and  for  recorders,  this  last  objection  to 
compensation  by  series  resistance  deserves  consideration. 

Compensation  by  Shujit  Reeiatance 

In  this  method  the  thermocouple  is  shunted  usually  by  a  small  re- 
sistance. If  the  couple  normally  reads  high  the  resistance  of  the  shunt 
is  decreased:  if  low,  the  resistance  is  increased.  An  ordinary  base-metal 
couple,  for  industrial  purposes,  has  a  resistance  of  0.1  to  0.3  ohm  at  room 
temperature.  It  has  been  the  practice  to  shunt  this  couple  with  a  resist- 
ance of  about  the  same  magnitude;  the  shunted  couple  ntay  accordingly 
be  used  with  a  potentiometer  or  with  a  galvanometer  having  almost  any 
resistance  from,  say,  10  ohms  up. 

Various  couples  are  thus  perfectly  interchangeable  and  may  be  used 
with  instruments  in  parallel,  when  desired;  hence  none  of  the  objections 
to  series  resistance  apply  to  the  shunted  couple.  A  serious  objection, 
however,  may  be  raised  gainst  the  shunted  resistance  in  that  the  resists 
ance  of  the  shunt,  for  proper  compensation,  depends  upon  the  resistance 
of  the  couple.  The  latter  is  subject  to  change  with  temperature  and 
depth  of  immersion,  depending  upon  the  temperature-resistance  co- 
efficient of  the  two  alloys,  and  is  altered  by  deterioration  of  the  couple. 
The  following  example  illustrates  the  error  which  may  be  expected  from  a 
slight  change  in  resistance  of  the  couple  when  the  resistance  of  the  shunt 
is  low. 

Suppose  the  couple  having  a  resistance,  at  room  temperature,  of  0.2 
ohm  is  shunted  by  0.2  ohm  of  manganin.  If  e  is  the  e.m.f,  developed 
by  the  couple,  the  potential  drop  over  the  shunt  is  }4e.  The  scale  of 
the  galvanometer  is  arbitrarily  graduated  to  take  account  o!  this  reduo- 
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tion  of  e.m.f.  Suppose  the  resistance  of  the  couple  chaises  from  0.2 
to  0.25  ohm.  The  potential  drop  across  the  0.2-ohni  ehunt  on  a  couple 
of  0.25  ohm  is  0.44e  instead  of  O.Sc  tor  which  the  galvanometer  was  gradu- 
ated. The  galvanometer  accordingly  reads  12  per  cent,  low,  or  in  error 
by  about  120"  at  1000°  C,  which  is  mwiy  times  greater  than  any 
error  which  would  be  introduced  on  account  of  irreproducibility  of  the 
couples  if  no  compensating  device  were  employed.  The  use  of  a  low- 
reaistance  shunt  should  be  discontinued;  the  method  ia  satisfactory, 
however,  when  the  shunt  has  a  resistance  many  times  that  of  the  couple. 
As  the  resistance  of  the  shunt  is  increased,  the  range  for  adjustment  of 
different  couples  is  diminished;  however,  it  is  not  difficult  to  secure 
matched  wire  which  is  thermoelectrically  reproducible  to  ±2  per  cent., 
and  this  variation  can  he  compensated  by  shunts  of  fairly  h^h  resistance. 
For  generality,  the  method  is  discussed  under  the  following  heading. 

C(m^petis<Ui(m  bj/  Skunt  and  Series  Reaiatance* 

Let  Ti  =  resistance  of  the  couple  plus  a  small  resistance  (if  necessary) 
in  series  with  it;  r*  =  resistance  of  the  shunt;  R  =  resistance  of  the  gal- 
vanometer. The  potential  drop  E'  actoaa  the  shunt  is  given  by  the 
following  equation,  where  e  is  the  e.m.f.  developed  by  the  couple  at 
a  given  temperature. 

^'  "r7+r,+  r,r,7R  '" 

In  case  the  potential  drop  is  measured  by  a  potentiometer: 

Ti  +  r» 
The  shunt  resistance  ri  is  adjusted  to  compensate  for  the  variation  in 
e.m.f .  of  the  different  couples.  On  account  of  the  term  TiTt/R  in  equation 
(1),  galvanometers  having  different  resistances  will  be  differently  affected 
by  variations  in  ri  from  couple  to  couple.  If,  however,  the  term  r,ri/ft 
is  small  enough  compared  with  {ri  +  rj)  this  effect  is  negligible  and 
the  potential  drop  across  rj  will  be  practically  the  same  for  all  values 
of  R  and,  with  a  potentiometer,  for  different  couples  regardless  of  the 
values  of  u.  Let  us  impose  the  condition  that  the  values  of  ri,  rj,  and 
R  must  be  such  that  the  reading  with  a  potentiometer  shall  never  differ 
from  that  with  a  galvanometer  by  more  than  0.5  per  cent.,  {i.e.,  5"  at 
1000°  C).    This  condition  is  expressed  by: 

"J*  «  0.005(r,  -j-  r.)  (3) 

We  desire  to  compensate  for  couples  showing  e.m.f.'s  differing  from  the 
normal  couple  by  less  than  2  per  cent.    For  convenience  in  making  the 


*  Zimmeraoluad:  V.  8.  Letten  VMxsat  No.  770252,  191S. 
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adjustments  on  the  shunt  it  is  better  to  allow  a  little  more  variation  for 
couples  showing  low  e.m.f. ;  we  will  make  the  computations  so  that  a 
couple  reading  3  per  cent,  low  could  be  compensated  by  usii^  a  shunt  of 
infinite  resistance — that  is,  with  no  shunt  at  aU.  If  e  is  the  e.ro.f.  of 
any  couple,  at  some  fixed  temperature,  and  e'  is  the  e.m.f.  of  a  couple  3 
per  cent,  below  normal,  we  have  from  equation  (2)  for  compensation: 


=  e',  since  r*,  =  i 


(4) 


ri  +  r. 
Hence  substituting  in  (3)  the  value  of  fj  found  from  (4) : 
Re  R  emi.  ^  any  couple 
'"'  ^  200  e'  "  206'  eim-f.  of"eouple3%  low 
It  is  of  advantage  to  make  n  aa  large  as  possible;  this  can  be  done  by 
making  R  large,  but  the  value  of  R  must  be  small  enough  to  provide  for 
all  galvanometers  likely  to  be  employed.  If  we  denote  by  Ra  the  lowest 
galvanometer  resistance  for  which  compensation  is  required,  the  maximum 
desirable  resistance  of  the  couple  is: 
R, 
200' 


'■'  =  on 


-;  =  total  resistance  of  couple. 


(5) 


(6) 


Substituting  this  value  of  ri  in  (4)  we  obtain: 
_         n         _  Ro 


&-')  ^('-:) 


shunt  resistance 


Table  6  shows  the  values  of  the  shunt  resistances  and  couple  resistances 
for  the  minimum  galvanometer  resistances  100,  80,  60,  and  40  ohmE. 
The  compensation  is  better  the  more  the  resistance  of  the  galvanometer 
exceeds  these  minimum  values,  and  in  no  case  does  the  error  in  compen- 
sation amount  to  more  than  0.5  per  cent.  (t.c.,3°at  600°  or  5°  at  1000' C). 

Table  6. — Compensation  hy  Shunt  and  Series  Resistance 


Sarin  ReeitUDM,  Couple 


-  as  Ohm.    r,  -  0.4  OhB 
Bbiut  Shunt 

ofanu         I  ohm* 


3  per  cent,  low i          ■= 

2percent.low f     ■W.SO 

38.80 
19.40 
12.94 
9,70 
7.76 

29.10 
14.56 
9.70 
7.27 
S.82 

19.40 
9.70 

Nonnal 16.17 

1  percent,  high ,       12,12 

2  per  cent,  high '        9 ,  70 

6.47 
4.85 
3.S8 

Minimum  galvaaoraeter  resist-  : 

ance,  ohms 100 

80 

60 

40 

In  applying  this  method  of  compensation  the  standard  galvanometer 
s(;ale  is  graduated  in  the  usual  manner  tor  the  couple  which  reads  3  per 
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cent.  low.     Thus  if  we  have  a  table  of  e.m.f  .-temperature  for  the  normal 
couple,  we  decrease  all  the  e.m.f.  values  in  the  table  by  3  per  cent. 

It  was  noted  in  the  case  of  shunting  a  0.2-ohm  couple  by  0.2  ohm 
that  if  the  resistance  of  the  couple  increased  from  0.20  to  0.25  ohm,  the 
K&lvanometer  would  be  in  error  by  120°  at  1000°  C,  On  referring  to 
Table  6,  the  greatest  error  which  a  change  in  the  couple  resistance  from 
0.20  to  0.25  ohm  can  produce,  when  properly  shunted,  occurs  with  the 
couple  reading  normally  2  per  cent,  high,  in  which  case  the  shunt  has  a 
resistance  of  3.88  ohms;  the  error  due  to  this  change  amounts  to  1.2  per 
cent,  or  about  12°  at  1000°  C.  instead  of  120°.  For  the  normal  couple  the 
error  is  only  7°,  and  for  the  couple  reading  2  per  cent,  low,  only  3°.  The 
error  thus  diminishes  as  the  resistance  of  the  shunt  increases,  showing 
that  it  is  preferable  to  use  a  couple  having  a  resistance  of  0.6  ohm;  if  the 
resistance  of  the  couple  alone  is  only  0.2  ohm,  0.3  ohm  of  maDganin  may  be 
placed  in  series,  and  the  shunt  connected  over  the  total  of  0.5  ohm.  If 
the  resistance  of  the  couple  is  now  altered  from  0.50  to  0.55  ohm,  the 
couples  reading  2  per  cent,  high,  normal,  and  2  per  cent,  low  will  be  in 
error  by  only  5°,  3°,  and  1°  respectively  at  1000°  C.  It  is  evident  that 
this  method  of  compensation  is  far  superior  to  the  use  of  a  shunt  of  low 
resistance. 

Summary  on  Reproducibility  of  Couples 

The  object  of  this  section  has  been  primarily  to  call  attention  to  the 
difficulties  encountered  by  the  pyrometer  manufacturer  when  he  attempts 
to  correct  for  small  variations  in  the  calibration  of  different  couples.  The 
U.  S.  Bureau  of  Standards  has  cahbrated  chromel-alumel  couples  submitted 
for  test,  which  deviated  from  the  normal  couple  by  20°  at  1000°  C.  On 
the  other  hand,  it  has  purchased  chromel-alumel  wire  at  different  times 
for  which  the  maximum  deviation  from  the  specified  temperature-e.m.f. 
relation  was  only  4°  C.  The  variations  with  iron-constantan  are  usually 
greater  but  still  are  not  serious.  It  is  certainly  possible,  if  necessary,  to 
hold  the  manufacturer  to  within  ±  10°  C.  of  the  specifications  for  an 
uncompensated  couple.  There  are  few  industrial  processes,  however, 
usmg  base-metal  couples  which  require  an  accuracy  of  even  20°  at  1000°  C, 
and  there  are  still  fewer  processes  in  which  temperatures  are  measured 
or  would  probably  be  measured  to  this  accuracy  even  if  a  perfectly  com- 
pensated couple  were  secured.  The  users  of  pjTometers  have  forced 
these  compensation  methods  upon  the  manufacturer,  by  insisting  upon 
greater  precision  than  is  really  necessary.  In  so  doing  the  user  obtains 
a  couple  which,  when  installed  in  a  certain  precise  manner  and  frequently 
checked,  may  give  satisfactory  results,  but  usually  the  compensation 
device  is  a  source  of  more  serious  error  than  would  be  occasioned  by  the 
slight  irreproducibility  of  the  uncompensated  couples. 

A  solution  of  the  problem,'from  the  manufacturing  point  of  view,  is 


Goo»^lc 


112  THEBHOELBCTRIC  PTKOUETRT 

to  secure  as  well  matched  wire  as  possible,  do  away  with  compensatioD 
devices,  and  sell,  at  diSerent  prices,  two  grades  of  couples,  one  guaranteed 
to  ±  10°  and  the  other  to  ±20°  C  Possibly  later,  closer  speeificatioDS 
could  be  adopted.  If  any  industrial  process  requires  greater  precision 
than  this,  the  couples  should  be  individually  calibrated  and  correction 
curves  prepared  similar  to  those  furnished  with  high-^ade  voltmeters 
'  and  other  electrical  instruments.  If  exact  reproducibiUty  and  higher 
accuracy  are  both  required,  the  rare-metal  couples  should  be  employed. 
In  objecting  to  compensating  methods,  we  refer  only  to  those  devices 
which  are  supposed  to  correct  for  variations  in  the  thermoelectric 
characteristics  of  the  couple  wire;  compensation  methods  for  eliminating 
cold-junction  errors,  ordinary  "compensating  lead  wires,"  etc.  are  of 
course  necessary  and  must  not  be  confused  with  the  methods  discussed 
in  this  section,  which  serve  an  entirely  different  purpose. 

Thbhmocodple  Installations 
The  installation  of  a  large  thermocouple  equipment  requires  the 
services  of  competent  electricians.  As  much  attention,  if  not  more, 
should  be  given  to  the  wiring,  switches,  switchboards,  etc.,  as  in  the  case 
of  ordinary  power  installations.  Proper  fixtures  should  be  used  to 
mount  the  couple  in  the  furnace.  Lead  wires  should  have  a  weather- 
proof covering  and  should  be  run  in  a  metal  conduit,  except  for  a  short 
length  of  flexible  cable  at  the  ends  of  the  conduit;  the  conduit  should  be 
grounded  to  prevent  leakage  from  power  installations  or  lighting  circuits. 
All  joints  in  the  lead  wires  should  be  soldered  and  taped;  when  indicators 
or  recorders  of  low  resistance  are  employed  it  is  of  the  greatest  impor- 
tance to  havea  well  constructed  electrical  installation  to  insure  aconstant 
Une  resistance.  Since  instruments  of  low  resistance  are  usually  calibrated 
for  a  low  line  resistance  of  definite  value,  the  size  of  copper  wire  required 
for  a  long  line  may  be  as  large  as  No.  12  or  10  (2nim.or2.6mm.).  Special 
attention  must  be  given  to  contact  resistances  at  switches.  Frequently 
switches  rated  at  100  amperes  are  required  although  the  actual  thermo- 
electric current  is  only  a  few  milliamperes.  If  the  indicator  is  of  high 
resistance,  or  operates  upon  the  potentiometric  or  semi-potentiometric 
principle,  the  necessity  for  low  Une  resistance  is  not  so  pressing,  but  the 
wiring  should  be  well  installed,  for  the  psychological  effect  at  least. 
Stationary  indicating  and  recording  instruments  usually  should  be 
mounted  upon  switchboards,  with  suitable  selective  or  commutating 
switches  when  several  couples  are  used  with  one  indicator.  When 
the  head  of  the  couple  is  exposed  to  severe  conditions,  a  weather-proof 
terminal  head  should  be  provided,  consistmg  of  an  outside  casing  which 
fits  over  both  binding  posts.  Lead  wires  should  be  carried  from  the 
couple  to  the  indicator  through  as  cool  rooms  as  conveniently  possible; 
copper  has  a  high  temperature-resistance  coefficient  and  the  frequent 
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prEictice  of  running  wires  over  the  top  of  a  long  row  of  furnaces  may  cause 
lai^e  variations  in  line  resistance. 

The  indicator  or  recorder  should  be  conveniently  located  and  should 
be  mounted  where  vibration  or  excessive  dirt  and  dust  will  not  injure 
the  mechanism;  in  almost  all  industrial  installations,  protecting  cases 
are  required.  Special  devices  are  employed  to  dampen  vibration  when 
this  is  serious,  as  in  the  neighborhood  of  a  trip  hammer  or  rolling  mill. 
Frequently  the  instruments  are  suspended  by  spiral  springs.  One  con- 
venient method  suitable  for  heavy  instruments,  such  as  a  recorder,  is  to 
mount  the  instrument  on  a  board  which  is  supported  on  a  pier  by  four 
tennis  balls,  one  at  each  corner. 

When  fixing  the  couples  In  the  furnace,  the  primary  consideratioQ  is 
to  locate  the  hot  junction  at  the  exact  point  the  temperature  of  which  is 
desired;  at  the  same  time,  the  lead  wires  should  be  conveniently  situated. 
The  space  between  the  protecting  tube  of  the  couple  and  the  furnace 
wall  should  be  tightly  plugged  with  refractory  cement  so  that  cold  air 
cannot  be  drawn  in,  thus  cooling  the  hot  junction.  The  cold-junction 
box  should  be  so  located  as  to  reduce  the  necessary  amount  of  compen- 
sating lead  wire  to  a  mininmm,  since  this  wire  is  somewhat  costly  and 
should  not  be  employed  extravagantly;  great  lengths  of  compensating 
wire  also  increase  the  line  resistance,  since  its  conductivity  is  much 
lower  than  that  of  copper. 

In  case. the  cold  junction  is  buried  underground,  it  must  not  be. 
located  too  near  a  large  furnace;  either  the  distance  from  the  furnace, 
or  the  depth  at  which  the  junction  is  buried,  must  be  increased.  A 
depth  of  10  ft.  and  at  least  10  ft.  from  a  large  furnace  is  usually 
satisfactory. 

Common  Return 

The  use  of  a  common  return  wire  for  a  multiple  installation  is  geni- 
ally unsatisfactory,  because  short  circuits  are  so  likely  to  occur.  At 
the  same  time,  leakage  from  a  power  installation  affects  the  reading  of 
every  couple  connected  to  the  return,  and  as  a  leakage  through  a  high 
resistance  may  alter  the  readings  of  every  couple  by  the  same  amount, 
the  presence  of  such  leaks  is  not  always  readily  detected.  It  is  also 
possible,  by  leakage  from  different  couples  to  the  ground,  to  obtain  very 
erratic  and  erroneous  readings  when  the  common  return  is  employed. 
Base-metal  couples  are  frequently  constructed  with  the  hot  junction 
welded  to  the  end  of  the  iron  protecting  tube  in  order  to  reduce  thermal 
lag.  Even  when  this  welded  junction  is  not  made,  the  hot  junction 
usually  touches  the  protecting  tube,  and  is  in  good  electrical  contact 
with  it,  especially  at  high  temperatures,  when  insulation  resistance 
becomes  very  low.  Suppose  that  the  iron  tubes  of  two  chromel-alumel 
couples  are  grounded  to  the  iron  casing  of  a  furnace,  the  two  hot  junc- 
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tions  thus  being  connected  by  a  circuit  of  iron  (Fig.  24).  The  actual 
result  is  a  chromel-alumel  couple  one  leg  of  which  ia  shunted  by  an 
alumel-iron-alumel  differential  couple.  So  long  as  the  temperatures  of 
the  hot  junctions  of  both  couples  are  the  same,  this  differential  couple 
produces  no  effect,  but  it  will  alter  the  reading  of  the  indicator  whenever 
the  temperatures  differ;  both  of  the  chromel-alumel  couples  will  accord- 
ingly give  erroneous  results.  With  indi- 
vidual returns,  the  iron  circuit  produces 
no  effect.  When  grounds  occur  further 
back  from  the  hot  junction,  for  example 
between  the  common  return  and  the  other 
lead  wire  of  a  single  couple,  every  couple 
on  the  common  return  has,  in  addition  to 
its  own  e.m.f.,  an  impressed  potential  drop 
due  to  the  current  flowing  in  the  shunted 
couple,  which  may  cause  a  large  error  in 
every  reading.  The  common  return  is  ex- ' 
tensively  utilized  in  the  industries,  but  it  is 
a  dangerous  practice  and  should  be  avoided 
as  far  as  possible. 


Wiring  Diagrams  oj  Thermocouple 
Inatallaiions 


FlO.  24. iLLUBTRATINa  T 


Fig.  25  illustrates  a.  simple  thermoelec- 
tric installation  for  a  rare-metal  couple,  the 
couple  being  properly  protected  by  a  por- 
celain or  quartz  tube  and,  if  necessary,  by 
an  outer  tube  of  iron,  chromel,  fireclay,  etc.  From  the  head  of  the 
couple,  compensating  lead  wires  are  carried  to  the  bottom  of  a  pipe 
driven  10  ft.  undei^ound,  with  copper  wires  leading  to  the  indicator. 

Fig.  26  illustrates  a  multiple  installation  for  five  thermocouples; 
in  this  case  a  common  return  is  employed,  whereby  four  lengths  of  copper 
wire  have  been  saved,  and  the  commutating  switch  made  simpler.  The 
indicator  for  the  operator  of  the  furnaces  and  the  recorder  for  the  super- 
intendent's office  are  mounted  in  parallel.  The  indicator  or  recorder 
may  be  connected  to  any  desired  couple  by  setting  the  commutating 
switch.  Such  an  installation  can  be  utilized  only  when  the  instruments 
have  a  high  resistance.  The  recorder  and  the  indicator,  when  connected 
to  the  same  couple  at  the  same  time,  act  as  shunts  on  each  other,  which 
tends  to  make  both  instruments  read  low;  whereas  if  the  two  instruments 
are  caUbrated  to  read  correctly  in  parallel,  they  will  both  read  high  when 
connected  to  different  couples.  An  example  illustrates  this  point.  Sup- 
pose the  line  and  couple  resistance  for  each  circuit  is  3  ohms,  and  the 
resistance  of  the  recorder  and  indicator  500  ohms  each.    Assume  that 
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both  instruments  are  calibrated  to  read  correctly  when  connected  sepa- 
rately to  any  couple.  The  potential  drop  E  across  the  terminals  of  either 
iostnimeot  bears  the  following  relation  to  e,  the  e.ni.f.  of  the  couple: 


Fio.  25. — Simple    thebuocodplb   inbtallation. 

E  =  (600  -i-  503)  e.    The  scale  of  the  instrument  is  graduated  to  take 
account  of  this  reduction  in  e.m.f.     When  the  two  instruments  are  in 


Fig.  26. — Simple    5-couple    installation. 

parallel,  the  potential  drop  across  the  indicator  and  recorder  is  given  by 
the  following  equation,  where  R  =  resistance  of  indicator  or  recorder,  and 
r  =  line  resistance: 
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p,         Be     _500 
R  +  2r      506 

Accordingly  the  e.m.f.  is  reduced  by  the  factor  500  -^  506.  As  each. 
inBtrument  is  calibrated  for  a  reduction  of  500  +  503,  the  error  resulting 
from  the  parallel  connection  is  thus  0.6  per  cent.,  or  about  6°  at  1000"  C. 
Hence  if  the  operator  of  the  furnace  switches  a  couple  onto  the  indicator 
when  the  same  couple  is  also  connected  to  the  recorder,  both  instrumeats 
will  read  low;  but  this  error  is  usually  insignificant. 

A  similar  example  will  be  considered  for  an  indicator  and  a  recorder 
of  low  resistance.  Let  the  line  resistance  r  be  3  ohms,  as  before,  and  the 
resistances  R  of  the  indicator  and  the  recorder  be  10  ohms  each.  The 
potential  drop  E  across  the  terminals  of  either  instrument  bears  the  fol- 
lowing relation  to  e,  the  e.m.f.  of  the  couple: 

P_    Be        10^ 

When  the  two  instruments  are  in  parallel,  the  potential  drop  across  the 
indicator  and  recorder  is: 

E./  fi  10 

^   =fl  +  2r*=i6* 

The  instruments  are  cahbrated  to  read  correctly  when  used  separately, 
that  is  for  a  reduction  in  e.m.f.  by  the  factor  10  -t-  13;  when  in  parallel 
the  reduction  factor  is  10  -i-  16,  the  resulting  error  thus  being  19  per  cent., 
or  about  190°  at  1000°  C.  For  this  reason,  low-resistance  instruments  can 
not  be  alternately  operated  separately  and  in  parallel  on  the  same  couple; 
they  must  always  be  used  either  separately  or  in  parallel.  Cut-out 
switches  are  frequently  employed,  so  designed  that  when  the  indicator 
is  connected  with  a  couple,  this  couple  is  automatically  thrown  out  of  the 
recorder  circuit.  The  paralleling  of  simple  galvanometric  instruments 
having  a  resistance  of  300  ohms  and  more  when  the  line  resistance  is 
less  than  3  ohms,  or  of  potentiometric  instnunente,  is  a  safe  practice; 
the  paralleling  of  instruments  having  lower  resistances  requires  specially 
graduated  scales  or  special  wiring  circuits.  Low-resistance  instruments 
designed  for  parallel  operation  should  not  be  used  separately,  unless 
protected  by  cut-out  switches. 

Fig.  27  illustrates  a  simple  installation  in  an  oil-fired  furnace.  The 
thermocouple  is  protected  from  mechanical  shocks  and  breakage  by  an 
additional  metal  sheath.  Compensating  lead  wire  is  carried  to  the 
indicator,  the  cold  junction  being  located  a;t  the  indicator  and  not  ther- ' 
mostatically  controlled.  The  indicator  is  set  to  read  the  room  or 
cold-junction  temperature  on  open  circuit;  otherwise  correction  for 
"cold-junction  error"  must  be  applied.  ■ 
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Fig.  28  shows  a  thermocouple  imbedded  in  the  floor  of  an  oil-fired 
furnace,  thus  occupying  no  space  in  the  heating  chamber.    The  cold 


Fio.  2S. — Thebhocodple  in  oil-fired  rusNACE. 


junction  is  water-jacketed.    Fig.  29  shows  a  method  of  installing  a  couple 
in  the  wall  of  a  large  furnace. 
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Fig.  30  shows  a  method  of  installing  a  couple  in  a  galvanizing  tank  or 
iQ  a  pot  of  stereotype  metal,  babbitt,  or  tin. 


Fia.  29. — Method  of  MorNxiNo  couplb  ih  kurnacb. 
Fig.  31  illustrates  a  multiple  thermocouple  installation  connected  to 
a  single  indicator.     Compensating  lead  wires  are  carried  from  the  couples 
to  a  conveniently  located  cold-junction  box,  the  temperature  of  which  is 


Fio.  30. — Thermocouple  i.v  lead  bath. 
thermostatically  controlled.     From  the  cold-junction  box  copper  wires 
run  to  the  terminal  block  and  selective  switch.     A  common  return  has 
been  employed  between  the  cold-junction  box  and  the  switchboard. 
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The  switchboard  is  designed  for  six  couples;  by  pressing  one  of  the  buttons 
any  desired  couple  is  connected  directly  to  the  indicator. 

Commutating  Switchea 

In  one  type  of  multiple  rotary  switch,  by  turning  the  dial  to  the 
proper  position  any  one  of  twelve  couples  may  be  connected  to  the  indi- 
cator. The  commutating  brushes  are  laminated  phosphor-bronze,  diag- 
onal wiping,  and  have  a  long  spring  action  to  follow  up  all  possible  wear. 
In  a  switch  of  different  design,  but  similar  in  principle,  double  points 
of  contact  are  required  when  individual  return  wires  are  employed. 
The  positive  wires  of  each  couple  are  connected  to  the  outer  ring  of 
contacte  and  the  negative  wires  to  the  inner  ring.  The  galvanometer 
is  connected  across  the  two  solid  rings.  Commutating  switches  are 
designed  so  that  variable  contact  resistance  is  reduced  to  a  minimum. 

For  large  installations  several  hundred  couples  may  be  connected 
to  a  switchboard,  which  is  frequently  designed  somewhat  similar  to  an 
ordinary  telephone  switchboard.  Often  in  these  large  installations 
conmiunication  between  the  operator  of  the  switchboard  and  the  opera- 
tor of  the  furnace  is  maintained  by  a  system  of  colored  electric  lamps. 

Junction  Box  and  Zone  Box 
Fig.  32  is  a  wiring  diagram  for  a  multiple  -couple  installation  which 
has  the  advantage  of  saving  compensating  lead  wire,  and  thus  reducing 
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Fig.  31. — 'Mui/tiplb-couplb 


>    COMPENSATING    L 


TSEAMO  STATED      CO  LD-J  UNCTION 


the  cost  and  the  resistance  of  the  line.  The  junction  box  is  a  cast-iron  box 
such  as  is  used  for  underground  telephone  wiring;  it  is  not  thermostated, 
since  a  constant  and  measured  temperature  is  not  required.  The  e.m.f. 
developed  at  the  junctions  of  compensating  leads  and  copper  leads  is 
corrected  by  a  common  junction,  in  the  opposite  direction,  inserted 
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between  the  selective  switch  aod  the  indicator  or  recorder.  A  common 
cold  junction  is  also  pUced  here;  in  Fig.  32  this  is  shown  located  in  a  pipe 
buried  10  ft.  underground.  The  selective  switch  and  recorder  or  indica- 
tor are  usually  mounted  in  a  single  case.  The  common  cold  junction  and 
the  junction-box  compensating  couple  are  connected  at  the  recorder 
between  the  switch  and  the  binding  post  terminals  of  the  instnunent,  as 
illustrated.  The  cold  Junction  is  placed  near  the  junction  box  and  the 
recorder  or  indicator  (with  switch  if  desired)  may  be  any  distance  away 
since  only  copper  leads  are  used  from  this  point  to  the  junction  box. 


Pig.  32. — iLLUBTSATiTfo  dbb  of  junction  box  with -controlled  cold-junction 


This  method  is  especially  useful  where  separate  cold  junctions  would 
require  too  long  compensating  leads.  Suppose  the  temperature  of  a 
coke  oven,  20  by  40  by  150  ft.,  is  measured  by  nine  couples  inserted  in  the 
top.  The  indicator  is  at  the  ground  level,  40  ft,  away,  and  the  buried 
cold  junctions  are  20  ft.  in  front  of  the  oven.  When  the  junction  box  is 
not  employed,  the  amount  of  compensated  lead  wire  required  to  reach  the 
buried  cold  junctions  is  as  follows: 

Three  couples  at  rear  of  furnace,      3  X  (150  +  20+20  +  10)  ft. 

Tfat«e  couples  at  center  of  furnace,  3  X  (  75  +  20  +  20  +  10)  ft. 

Three  couples  at  front  of  futn&ce,               3  X  (20  +  20  +  10)  ft. 
Total  compensating  cable 1125  ft. 


;a  By  Google 


PAUL  D.   FOOTB,  T.  B.   HABKIBON  AND  C.   O.  FAIBCHIU)  121 

When  a  juQction  box  is  located  on  top  of  the  furnace,  at  the  center 

Three  couples  at  rear  of  furnace,      3  X  76  ft. 

Tliree  couples  at  center  of  furnace,  2  X  ]0  ft. 

Three  oouplea  &t  front  of  furnace,    3  X  75  ft. 

From  bon  to  cold  junction {75  +  20  +  20  +  10)  ft. 

Total  oompensfttiog  cable 595  ft. 

By  means  of  the  junction  box  we  effect  a  saving  of  some  500  ft.  of  com- 
pensatii^  cable,  and  need  to  bury  only  one  pair  of  junctions,  the 
iDstaUation  being  just  as  satisfactory.  When  installing  a  large  multiple- 
couple  equipment  with  a  junction  box,  it  is  important  to  insure  that  the 
common  cold-junction  couple  is  connected  with  the  correct  polarity,  as 
illustrated.  Althoi^h  a  common  cold  junction  has  been  used  for  all 
couples,  the  objectiooal  common  return  has  not  been  employed. 

In  case  the  recorder  is  placed  where  the  temperature  is  fairly  uniform 
from  day  to  ^ay,  the  use  of  a  buried  cold  junction  or  thermostated  cold- 
junction  box  is  not  absolutely  essential.    The  e.m.f.  generated  at  the 


Fio.  33. — Ilutstbatinq  ubb  or  junction  box  withoot  cotii>vni notion  contsol. 

junction  box  in  Fig.  32  is  then  compensated  by  running  one  pair  of  com- 
pensating leads  from  the  recorder  to  the  junction  box,  taking  care  to 
connect  the  negative  lead  to  the  negative  terminal  of  the  recorder  and 
the  positive  lead  to  the  selective  switch.  A  simple  installation-  of  this 
kind  ia  illustrated  by  Fig.  33;  here  only  one  couple  is  shown,  butasmany  ae 
desired  may  be  connected  to  the  multiple-pole  selective  switch.  The 
compensating  lead  wires  are  soldered  together  inside  the  junction  box  and 
the  auxiliary  couple  formed  by  the  compensating  leads  is  in  series  with 
the  couple  connected  in  by  the  selective  switch.  The  cold  junction  is 
accordingly  actually  at  the  recorder,  where  the  temperature  is  fairly 
constant;  changes  in  temperature  of  the  distributing  or  junction  box  thus 
mil  not  affect  the  reading  of  any  couple. 
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Fig.  34  illustrates  the  Wilson-Maeulen  zone  box,  to  which  the  couple 
yz  is  connected  directly.  Two  pairs  of  wires  lead  from  the  zone  box,  one 
pair,  of  copper,  being  connected  to  the  main  line  and  indicator;  the  other 
pair  ¥Z  goes  to  the  cold-junction  box  or  is  buried  underground.  For 
base-metal  couples  Z  and  y  are  of  the  same  material,  and  also  Z  and  g. 
For  rare-metal  couples,  Zand  Y  are  respectively  copper  and  a  copper-nickel 
alloy.  The  zone  box  thus  saves  running  an  extra  pair  of  copper  lead  wires 
to  the  bottom  of  the  cold-junction  well.  If  this  principle  is  adopted  for 
a  multiple  installation,  so  as  to  save  compensating  leads,  a  selective  switch 
may  be  mounted  between  the  zone  box  and  the  different  couples;  however, 


Fio.  34. — Wii^on-Makulen 


this  requires  that  the  selective  switch  be  mounted  near  the  furnace,  unless 
a  complicated  interlacing  electrical  circuit  is  employed,  whereas  it  is 
always  desirable  to  have  the  switchat  the  indicator.  It  appears,  therefore, 
that  for  large  installations  the  junction  box  previously  described  is  pref- 
erable BO  far  as  economy  in  compensating  lead  wire  is  concerned.  In 
case  of  a  single  couple,  or  where  separate  cold-junction  wells  are  installed 
for  different  couples  in  multiple  installations,  the  zone  box  accomplishes 
practically  the  same  results  as  the  junction  box,  affording  a  small  saving 
in  copper  and  frequently  a  more  desirable  wiring  system.  The  main 
advantage  of  the  junction  box  is  the  saving  of  compensating  lead  wire  in  a 
multiple-couple  installation;  the  main  advantage  of  the  zone  box  is  the 
simplicity  with  which  the  cold  junction  is  extended  to  some  point  at 
which  the  temperature  is  constant  or  can  be  controlled. 

DetermiTuilion  of  Temperature  of  Buried  Cold  JuTiction 
The  simplest  method  is  to  use  a  thermocouple  consistii^  of  the  com- 
pensating leads.     Insert  this  in  the  well,  connect  it  to  a  portable  indicator, 
and  measure  the  secondary  cold-junction  temperature  at  the  Indicator 
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with  a  thermometer.  With  a  well  10  ft.  deep  or  more  and  properly 
located,  it  is  QecesBary  to  measure  the  temperature  only  once  a  month.' 
Aoother  method  is  to  lower  a  thermometer  into  the  well,  wrapped  with 
a  few  layers  of  cloth  but  leaving  the  stem  exposed  near  the  expected 
reading;  it  should  be  left  ifl  the  well  for  30  min.  All  buried  leads  to  the 
cold  junction  should  be  water-proof  insulated,  and  the  junction  well 
should  be  water  tight.  The  compensating  leads,  particularly  those 
for  base-metal  couples,  will  generate  a  large  voltaic  e.m.f.  if  they 
become  wet. 


Depth  of  Immersion  of  Couples 

Thermocouplea  immersed  in  furnaces  of  the  various  industrial  types 
must  be  carefully  protected.  Heavy  iron  tubes  and  frequently  larger 
auxiliary  protecting  tubes  of  various  materials  are  employed.  There  is 
no  certainty  that  the  temperature  indicated  by  the  thermocouple  is 
actually  that  of  the  furnace,  because  of  conduction  along  the  protecting 
tubes.  Conduction  losses  may  be  reduced  and  even  eliminated  by 
allowing  a  sufficient  depth  of  insertion,  but  it  is  not  always  possible  to  do 
this  and  it  is  difficult  to  determine  when  the  depth  is  sufficient.  The 
general  practice  is  to  make  the  depth  as  great  as  convenient  and  trust 
that  this  is  sufficient.  Two  methods  may  be  suggested  for  investigating 
this  question,  but  neither  is  very  conclusive.  First:  Remove  the  couple 
alone  from  the  fixed  installation,  leaving  all  protecting  tubes  in  place. 
If  it  is  impossible  to  remove  the  iron  tube  from  the  couple  use  a  similar 
tube  in  the  fixed  installation  without  the  couple.  Explore  the  temperature 
inside  the  protecting  tube  with  an  unprotected  couple.  If  the  tempera- 
ture for  several  centimeters  along  the  inner  end  is  practically  uniform, 
the  depth  is  sufficient;  if  the  temperature  falls  rapidly  in  that  region,  the 
depth  ia  not  enough.  Second:  The  couple,  previously  standardized,  is 
mounted  complete  in  the  fixed  installation  and  compared  with  a  checking 
couple  mounted  at  its  ude.  The  checking  couple  must  have  a  small  cross- 
section,  and  must  be  either  unprotected  or  protected  by  an  extremely 
thin  protection  tube,  in  order  to  minimize  the  loss  of  heat  by  conduction. 
The  hot  junction  of  this  couple  and  that  of  the  couple  under  test  are 
broi^t  closely  together,  but  not  in  contact.  The  checking  couple 
should  indicate  the  furnace  temperature  more  closely  than  the  fixed 
couple;  if  the  difference  ia  large  a  greater  depth  should  be  adopted.  These 
methods  are  complicated  by  local  variations  in  the  temperature  of  the 
furnace,  but  checks  of  this  nature,  although  somewhat  unsatisfactory, 
are  better  than  none. 

It  is  frequently  desirable  to  purposely  immerse  the  couple  to  an 
insuffident  depth.  In  many  processes  the  furnace  is  operated  at  such 
a  high  temperature  that  a  thermocouple  or  protecting  tube  cannot  with- 
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stand  the  severe  conditions  to  which  it  may  be  eubjected.  In  this  case 
the  couple  may  be  immersed  only  part  way  through  the  furnace  wall, 
or  to  a  distance  flush  with  the  inner  wall  of  the  furnace.  The  tem- 
peratures indicated  by  couples  installed  in  this  manner  are  always  lower 
than  those  of  the  furnace  interior,  but  they  bear  a  fairly  definite  rela- 
tion to  the  temperature  of  the  furnace,  and  hence  the  method  is  satis- 
factory for  temperature  control  and  reproduction  of  furnace  conditions 
from  day  to  day. 

pBOTEcnoN  Tubes  for  Theruocoufleb 

The  choice  of  a  proper  protection  tube  tor  a  thermocouple  is  nearly 
as  important  as  the  selection  of  the  material  for  the  couple.  Among 
others,  the  following  properties  of  a  protection  tube  should  be  con- 
sidered: 

(a)  Slight  porosity  to  gases;  many  tubes  become  very  porous  at 
high  temperatures  and  furnace  gases  usually  attack  the  couple. 

(6)  Low  volatility;  certain  metal  tubes  are  undesirable  at  high 
temperatures  because  the  metal  distills  upon  the  couple  and  alters  its 
calibration. 

(c)  Ability  to  withstand  high  temperatures. 

(d)  Ability  to  withstand  sudden  changes  in  temperature. 

(e)  Ability  to  withstand  mechanical  shocks  and  strains. 

(J)  ffigh  rigidity  or  viscosity;  protecting  tubes  frequently  deform  and 
exhibit  the  phenomenon  of  plastic  fiow  at  high  temperatures. 

(17)  Thermal  conductivity;  high  thermal  conductivity  is  frequeotly 
desirable  when  rapidly  changing  temperatures  are  measured;  usually, 
however,  low  conductivity  is  desired  so  that  the  flow  of  heat  along  the 
tube  shall  be  small. 

(A)  Ability  to  resist  corrosion  from  molten  metals  or  furnace  gaaes. 

Excellent  protecting  tubes  are  obtainable  for  many  different  industrial 
process^,  but  for  certain  others,  satisfactory  tubes  have  not  yet  been 
developed;  this  applies  particularly  to  industries  dealing  with  molten 
metals,  especially  iron  and  braes. 

Futed  Quartz. — Fused  quartz  affords  good  protection  up  to  1050°  C. 
in  an  oxidising  atmosphere  free  from  alkalies.  The  material  is  some- 
what pervious  to  hydrogen  and  probably  to  other  reducing  gases,  but  at 
this  temp^ature  is  not  pervious  to  oxygen  or  carbon  dioxide.  Any 
reducing  gas  within  the  protecting  tube  of  a  rare-metal  couple  is  disas- 
trous, particularly  when  the  tube  contains  silica;  the  silica  is  reduced  to 
silicon,  which  is  readily  absorbed  by  platinum.  Above  1050°  C,  and  even 
at  lower  temperatures  after  prolonged  heating,  quartz  devitrifies  and 
crumbles.  Quartz  tubes  withstand  sudden  changes  of  temperature 
without  breaking.     Heavy  sintered  quartz  tubes,  with  walls  1  or  2  cm. 
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thick,  are  sometiiQes  used  for  extra  protection,  for  example,  agaioet  acid 
fumes. 

Porcelain. — Porcelain  ia  used  primarily  for  protection  of  rare-metal 
couples.  Previous  to  IS14  a  highly  refractory  porcelain,  known  as  Mar- 
quardt,  was  imported  from,  Germany.  A  better  grade  of  this  material 
was  developed  through  the  research  work  of  the  U.  S.  Bureau  of  Standards, 
and  is  now  manufactured  by  Stupakoff  under  the  name  "Usalite," 
and  by  Engelhard  under  the  name  "  Impervite. "  These  two  porcelains 
have  a  melting  point  above  that  of  platinum.     However,  only  when 
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glased  are  they  impervious  to  gases.  The  softening  point  of  the  American 
glaze  is  about  1300°  C;  that  on  the  German  tubes  softens  at  1200°  C.  If 
the  tubes  are  glazed  only  on  the  outside  they  are  serviceable  as  pyrometer 
protection  tubes  up  to  1500°  C;  the  insulating  tubes  are  not  glazed. 
An  unprotected  porcelain  tube,  suddenly  thrust  into  a  furnace  at  1000°  C, 
will  usually  break,  but  not  if  it  is  inserted  very  slowly. 

In  permanent  installations,  quartz  and  porcelain  tubes,  and  also  the 
iron  or  chromel  tubes  of  base-metal  couples,  are  frequently  further 
protected  by  heavy  outer  tubes  of  fireclay,  carborundum,  graphite,  etc. 
The  outer  tube  ia  usually  cemented  in  place  in  the  furnace  wall,  forming 
a  well  into  which  the  couple  is  inserted.  In  case  the  outer  tube  intro- 
<^uee8  too  large  a  temperature  lag,  or  if  the  temperature  of  the  hot  junc- 
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tion  of  the  couple  is  likely  to  be  diminished  by  conduction  of  heat  through 
the  heavy  tube,  the  latter  is  made  open  at  both  ends;  the  couple  and  its 
smaller  protecting  tube  are  then  so  mounted  that  the  hot  junction  pro- 
jects a  few  centimeters  beyond  the  end  of  the  outer  protecting  tube. 


Table  7. — Calibration  Data  of  Representative  Couplee 
Gold-junctioQ  Temperature,  D°G.    E.m.f.  in  milUvolts 
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B  represents  mean  calibration 
by  U.  8.  Bureau  of  Standards  of 
iron-constantan  couples  from  all 
I  sources.  L  represent  mean  cali- 
I  bration  of  Leeds  &  Northrup's 
I  iron-coDstantan  couple. 


Carborundum. — Carborundum  is  used  for  outer  protecting  tubes 
(Fig.  35,  No.  1).  It  ha£  a  high  thermal  conductivity,  about  twice  that  of 
silica;  a  low  coefficient  of  expansion,  about  one-half  that  of  fused  alumina, 
and  great  mechanical  strength.  When  heated  in  an  oxidizing  atmosphere, 
oxidation  b^ns  at  about  1200°  C.  At  1500°  C.  the  silica  formed  on  the 
surface  of  the  tube  fuses  and  protects  the  tube  from  further  oxidation. 
Gases,  except  chlorine,  do  not  act  on  carborundum,  but  basic  slage  attack 
it  readily.  Carborundum  reacts  at  high  temperatures  with  practically 
all  metals,  wherefore  platinum  must  be  thoroughly  protected  from  the 
carborundum  by  a  gas-tight  inner  tube.  Silfrax,  which  is  pure  finely 
crystalline  carborundum,  is  highly  satisfactory  for  ordinary  furnace 
work ;  it  is  sometimes  used  in  molten  glass  and  open-hearth  slag. 
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Nichrome  or  Chromel. — Cast  nichrome  or  chromel  tubes  are  exten- 
sively used  for  protection  of  both  base-metal  and  rare-metal  couples 
(Fig.  35,  No.  2).  These  tubes  resist  oxidation  remarkably  well  and, 
although  much  more  costly  than  iron  tubes,  their  longer  life  warrants 
and  requires  their  use  in  many  processes.  Chromel  "A"  may  be  used 
continuously  to  1200°  C.  It  has  not  yet  been  found  possible  to  draw 
these  alloys  into  tubes.  The  material  can  be  machined  with  difficulty 
but  threads  may  be  cut  for  pipe  fittingsl  In  order  to  economize  in 
these  materials,  iron  tubes  may  have  short  sections  of  nichrome  or 
chromel  welded  to  them,  at  the  place  where  exposed  to  the  furnace. 
In  processes  carried  out  at  low  temperatures,  where  either  iron,  chromel, 
or  nichrome  may  be  utilized,  experiments  should  be  made  to  determine 
the  relative  life  of  these  tubes  in  hours  per  dollar  of  cost;  practically 
no  data  are  available  on  this  subject.  In  heat-treating  and  carburizing 
furnaces,  chromel  "A"  is  often  used;  chromel  "C"  and  nichrome  last 
many  months  in  lead  baths.  Chromel  and  nichrome  do  not  volatilize 
so  readily  as  iron;  base-metal  couples  are  thus  better  protected  by  these 
tubes  than  by  iron  or  steel.  Chromel  "A  "  contains  practically  no  iron, 
while  chromel  "C"  and  nichrome  contain  considerable. 

Graphite. — Graphite  affords  an  excellent  protection  to  quartz  or  porce- 
lain tubes  on  rare-metal  couples,  and  is  frequently  used  with  base-metal 
couples  for  molten  metals  (Fig.  35,  No.  3).  Porcelain  encased  in  a 
sheath  of  graphite  can  be  used  in  molten  aluminum.  Platinum  couples 
must  be  thoroughly  protected  against  the  vapors  distilled  from  graphite 
or  cubon,  and  from  the  reducing  atmosphere  present  near  heated 
graphite. 

Fireclay. — Outer  tubes  of  fireclay  are  used  for  protection  in  kilns, 
glass  and  steel  furnaees,  annealing  ovens,  etc.  (Fig.  35,  No.  4).  Usually 
they  are  mounted  vertically  in  the  top  of  the  furnace  and  may  be  ce- 
mented in  place.  Small  fireclay  insulating  tubes  are  used  on  base-met^ 
couples. 

Corundite. — Corundite  consists  of  emery  with  a  plastic  clay  binder 
(Fig.  35,  No.  5).  It  is  used  in  ceramic  and  glass  industries  for  outer  pro- 
tection tubes. 

Alundum. — Natural  corundum  usually  contains  a  large  amount  of 
iron.  The  artificial  product,  fused  AftOj,  or  alundum,  is  practically 
free  from  iron,  and  is  very  desirable  for  protecting  rare-metal  couples 
and  also  as  outer  protecting  tubes.  The  tubes  are  made  from  pulverized 
alumina  mixed  with  a  clay  binder.  The  inner  protecting  tubes  are  glazed, 
in  order  to  reduce  porosity,  and  the  glaze  is  coated  with  an  outer  layer  of 
alundum;  this  method  permits  the  tubes  to  be  used  at  temperatures 
above  the  softening  point  of  the  glaze,  being  serviceable  up  to  1400°  C. 
Out^  protecting  tubes,  without  glazing,  withstand  temperatures  up 
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to  1550°  C,  and  evenhigher.  Alundum  is  mechanically  strong  and  resists 
temperature  changes  much  better  than  porcelain. 

Nickel. — Pure  nickel  is  frequently  used  in  cyanide  baths.  In  an 
oxidizing  atmoephere  a  thick,  tough  coating  of  oxide  forms  and  affordfi 
protection  against  further  corrosion. 

Sted  and  Iron. — Seamless  steel  and  wroughi^iron  tubes  are  usually 
furnished  with  base-metal  couples.  They  are  satisfactory  for  many 
processes  up  to  800°  or  900°  C,  for  example.,  in  a  muffle  furnace. 

Calorited  Iron. — Calorizing  is  a  process  by  which  the  surface  of  a 
wrought-iron  tube  is  impregnated  with  metallic  aluminum.  Cidorized 
tubes  resist  oxidation  better  than  the  pure  iron  or  steel. 

Dvriron. — Duriron,  a  high-silicon  iron  alloy,  is  sometimes  used,  at 
lower  temperatures,  as  a  protection  against  acid  fumes.  When  sub- 
jected to  sudden  temperature  changes  the  material  may  fracture. 

DISCUSSION 

C.  B.  Thwing,  Philadelphia,  Pa. — It  has  become  so  customary  to 
refer  to  the  potentiometer  method  as  the  ideal  method  which  fits  every- 
where that  the  impression  is  general  that  this  method  has  no  Umitation. 
The  faults  of  the  galvanometer  method  are  so  well  known  that  a  word 
should  occasionally  be  said  on  the  other  side.  There  has  been  a  marked 
improvement  in  the  construction  of  the  galvanometers  and  little  in  the 
construction  of  the  potentiometers. 

At  the  time  we  began  to  buUd  recording  instruments,  millivoltmeters, 
we  called  our  75-ohm  instrument  a  h^h-resistance  instrument;  and 
it  was  high  in  comparison  with  the  5-ohm  instruments  then  in  use. 
At  the  present  time  we  build  a  galvanometer  with  800  to  1000  ohms 
resistance  that  has  just  as  good  control.  Mr.  Foote  mentioned  300  ohms 
as  ihe  desirable  resistance  for  a  good,  rugged  milhvoltmeter.  If  he  had 
been  writing  5  years  ago,  he  would  have  said  30  ohms.  It  is  just  as  easy 
now  to  make  them  800,  or  1000  ohms,  that  is,  on  the  50-millivolt  basis. 

A.  O.  Ashman,  Palmerton,  Pa. — Unquestionably  the  instruments  most 
used  in  pyrometrie  work  are  of  the  galvanometer  type.  We  are  so 
accustomed  to  thinking  in  terms  of  high-resistance  instruments  that, 
I  believe,  today  we  have  gone  to  the  extreme.  We  are  all  well  acquainted 
with  the  evils  of  the  low-resistance  instrument  and  think  the  cure  is  to 
make  an  extremely  high-resistance  instrument.  There  are,  from  a 
practical  point  of  view,  several  objections  to  this.  One  is  the  large  zero 
shift  in  these  high-resistance  instruments  or  the  highly  sensitive  instru- 
ments. This  zero  shift,  on  a  200  division  scale,  in  my  experience,  has 
amounted  to  5  and  6  and  sometimes  10  divisions.  It  is  very  hard,  to 
compensate  for  this  in  practice,  although  it  can  be  done. 
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Another  thing,  the  tendency  toward  greater  delicacy  makes  these 
instruments  less  robust.  We  have  found  that  the  higher  the  reaistance, 
the  more  often  are  the  instruments  in  error,  due  to  dropping  and  accidents, 
and  usually  these  errors  are  greater  than  the  accuracy  gained  by  using  the 
high-reaistanoe  instrument. 

C.  H.  Wilson,*  New  York,  N.  Y.  (written  discuesiont)- — On  p^e 
122,  the  authors  say,  that  if  the  zone-box  principle  of  eoiinections  be- 
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tween  prim&ry  couple,  compensator  couple,  and  copper  leads,  which 
method  in  its  application  to  a  single  couple  is  shown  in  Yig.  M,  is 
adopted  for  a  multiple  installation,  so  as  to  save  compensating  leads, 
a  selective  switch  may  be  (and  the  inference  is  that  it  must  be)  inserted 
between  the  zone  box  and  the  different  couples,  putting  the  switch  at  an 
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iDCODvenieat  point,  or  putting  up  with  some  complicated  interlacing  of 
connections.  Wilson-Maeulen  Co.  has  employed  the  zone-box  method 
extensively  for  several  years  and  in  none  of  the  many  multiple  installa- 
tions has  either  of  those  alternatives  been  resorted  to.  Instead  there  has 
been  used  a  method  of  wiring  with  the  switch  at  the  indicator  and  involv- 
ing no  more  complications  than  the  junction-box  method  shown  in 
Fig.  32.  A  diagram  of  this  method  is  given  in  Fig.  36.  The  preference 
between  the  zone  box  and  the  junction  box  is  not  of  principle  but  is 
dependent  on  relative  location  of  furnaces,  indicator,  and  cold-junction 
point. 

J.  T.  Littleton,  Jb.,*  Corning,  N.  Y.  (written  discussiont). — This 
discussion  will  add  little  that  has  not  been  brought  out  but  will  show  how 
the  problems  encountered  in  the  Corning  Glass  Works  were  overcome. 
The  chief  points  of  consideration  in  any  equipment  are,  first,  the  work 
the  equipment  is  called  upon  to  do;  second,  the  installation;  and,  third, 
the  man  who  will  use  it.  These  three  points  should  determine  the  type 
of  apparatus  adopted.  If  only  rough  measurements,  merely  a  little 
better  than  the  eye,  are  desired,  the  cost  of  the  instruments  should  be 
considered;  but  if  accurate  temperature  control  is  necessary,  the  cost  of 
the  equipment  deserves  only  small  consideration.  There  is  no  question 
that  the  real  problem  for  any  factory  is  the  installation,  making  sure  that 
the  elements  really  give  the  temperatures  desired;  also,  the  instrutnenta 
must  be  so  designed  that  any  man  can  use  them. 

Platinum-rhodium  thermocouples  are  necessary  for  all  glass-melting 
operations.  As  the  change  in  calibration  of  these  elements  is  a  very 
serious  factor,  each  element  should  be  tested  for  change  at  least  twice 
a  week  when  used  for  continuous  high-temperature  service.  The  new 
couples  should  also  be  calibrated,  as  couples  differing  from  the  standard 
by  10"  C.  at  1200°  C.  are  often  met  with.  For  the  majorityof  commercial 
work  it  is  not  necessary  to  know  the  actual  temperature  of  the  substances 
treated  but  it  is  necessary  to  control  this  temperature.  Experience  will 
show  that  a  certain  temperature  readii^  on  a  given  installation  ^ves 
the  desired  results. 

The  authors  of  the  paper  set  plus  or  minus  10°  C.  as  a  practical  limit 
of  accuracy;  this  variation  is  too  great.  Glasses  at  the  standard  melting 
temperature  vary  in  viscosity  about  20  per  cent,  for  such  a  temperature 
change.  The  relaxation  time  in  anneahug  will  vary  by  a  factor  of  4 
for  such  a  range.  Besides,  greater  accuracy  of  control  can  be  obtained. 
The  curves  shown  prove  this  point.  They  are  from  a  regular  factory 
chart  for  a  24-hr.  run  on  a  large  glass  pot  furnace  and  record  that  a  plus 
or  minus  5**  variation  is  not  too  much  to  demand  or  set  as  a  standard. 
Accordingly  if  an  instrument  or  couple  should  fail,  previous  conditions 
*  Phyeioal  Laboratory,  Coming  Glass  Worto.  t  Received  Oct.  8,  1919. 
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should  be  reproducible  to  within  that  degree  of  accuracy  at  least.     That 
demands  a  standard  testing  equipment. 

Test  standardizing  equipment  at  the  Corning  Glass  Works  cousists 
of  a  primary,  a  secondary,  and  a  factory  standard  thermocouple.  The 
primary  standard  is  a  Bureau  of  Standards  couple  that  is  checked  against 
the  secondary  standard  about  twice  a  year  and  against  the  melting  point 
of  standard  metala  furnished  by  the  Bureau  of  Standards.  The  sec- 
onduy  standard  is  checked  at  the  gold  point  whenever  thought  dearable. 
The  factory  standard  element  is  checked  against  the  secondary  standard. 


at  re^^ar  intervala  by  means  of  a  Leeds  &  Northrup  precision  potenti* 
ometer  with  a  Bureau  certified  standard  cell.  The  difference  between 
the  couples  is  read  directly  by  connecting  them  in  opposition.  A 
nichrome-wound  furnace  is  used  as  a  standardizing  furnace  and  corrections 
above  the  limit  of  this  furnace  are  obtained  by  extrapolation.  Each 
factory  couple  is  mounted  in  a  double-bore  hard-clay  tube  and  twice  a 
week  the  factory  standard  is  placed  in  the  hole  beside  the  couple  under 
test  and  the  correction  obtained.  Records  are  kept  of  these  corrections 
and  the  actual  temperature  of  the  element  tube  may  be  known  at  any 
time  to  within  about  3°  C.  The  schedule  is  modified  to  meet  all 
calibration  changes.  This  merely  amounts  to  using  a  slightly  different 
temperature  unit.  It  would  be  unfair  to  many  manufacturers  to  give 
the  results  obtained  with  particular  instruments,  as  what  will  best  suit 
one  set  of  conditions  will  not  suit  another. 
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An  instrument  that  requires  two  settings  before  taking  a  temperature 
reading  is  not  smtable  for  some  operations.  If  the  temperature  is 
changing  rapidly  the  instrument  lag  may  be  sufficient  to  cause  trouble. 
Also,  when  the  instrument  is  in  the  hands  of  an  unskiUed  operator,  as  is 
nearly  always  the  case,  the  chances  of  error  are  increased.  If  many 
temperatures  are  taken,  the  time  involved  may  be  a  factor.  Line-re- 
sistance and  cold-junction  changes  should  be  given  all  the  consideration 
possible.  Water-cooled  cold  junctions  are  used  on  all  platinum-rhodium 
elements.  About  170,000  gal.  of  water  a  year  are  used  on  each  couple. 
This  costs  about  SO  a  year,  includii^  overhead  and  installation  deprecia- 
tion; the  installation  cost  is  about  125  per  couple. 

Line  resistance,  due  to  faulty  connections  and  deteriorated  base- 
metal  couples,  has  at  times  caused  a  difference  as  great  as  200°  C.  By 
using  a  500-ohm  resistance  deflection-type  suspension  millivoltmeter, 
together  with  a  potentiometer  recorder,  all  such  changes  are  instantly 
picked  up  due  to  failure  of  the  two  instruments  to  check.  Serious  damage 
might  have  been  incurred  had  the  furnace  had  to  wait  until  the  line  re- 
sistance could  be  checked  before  the  change  was  discovered. 

On  base-metal  couples,  a  partial-deflection  potentiometer  is  used; 
this  will  indicate  a  high  resistance  when  the  partial-deflection  readings 
do  not  check  the  balanced  settings.  The  ordinary  operator  will  not 
notice  a  change  in  sensitivity  of  the  potentiometer. 

The  chief  point  of  advantage  of  the  dual  system  is  that  it  gives  tiie 
desirable  features  of  both  types  of  instruments  without  the  disadvantage 
of  a  second  setting  common  to  the  types  which  combine  the  two  in  one 
instrument.  It  may  be  said  that  trouble  hiw  been  experienced  in  gettii^ 
operators  to  control  by  a  recorder. 

The  general  installation  is  the  real  factory  problem.  With  the  proper 
inst^lation  most  of  the  high-grade  instruments  will  give  good  service. 
The  location  of  the  couple,  so  that  it  gives  a  control  temperature  similar 
to  the  substance  treated,  is  extremely  important.  With  the  proper 
central-station  control,  it  is  easily  possible  to  overemphasiee  the  robust- 
ness of  the  instrument.  One  advantage  of  the  deflection  type  is  that  it 
may  be  mounted  in  a  dust-proof  box  and  need  never  be  touched.  The 
average  operator  will  not  write  on  his  record  false  readings  but  if  he  can, 
so  to  speak,  fool  the  instrument  by  throwing  two  couples  in  parallel  or 
by  any  other  means  smooth  out.his  record,  he  might  do  so.  Any  oppor- 
tunity for  him  to  get  at  the  wiring  should  be  avoided. 

Switches  are  sources  of  continuous  annoyance.  The  protection  tubes 
used  are  all  manufactured  in  the  ceramic  laboratory  of  the  Coming  Glass 
Works  and  are  satisfactory,  though  improvements  are  always  desirable. 
The  Corning  Glass  Works  has  had  thermoelectric  equipment  for  about 
15  years  and  the  present  system  is  the  result  of  much  experimentation 
and  work.     Satisfactory  results  are  obtained  but  there  are  problems  still 
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EwART  S.  Tatlerbon,*  Pittsburgh,  Pa.  (written  discussiont). — 
The  writers  of  this  paper  are  to  be  congratulated  on  being  the  first 
to  publish  a  comprehensive  collection  of  thermocouple  wiring  diagrams; 
but  it  is  well  to  point  out  the  difference  between  the  zone-box  and  cold- 
junction-box  systems.  A  zone  box,  as  its  name  implies,  is  a  zone  of 
uniform  temperature  which,  however,  need  not  remain  constant.  In 
the  cold-junction  box  the  temperature  must  either  remain  constant  or 
allowance  must  be  made  for  its  variations.  lu  thermoelectric  work, 
the  zone  box  is  used  to  eliminate  the  thermoelectric  effect  of  similar  junc- 
tions connected  in  opposition  in  the  same  circuit  by  keeping  them  at  the 
same  temperature;  their  resultant  voltage  is  thus  negligible.  This  prin- 
ciple has  been  successfully  applied  for  many  years  in  the  design  of  elec- 
trical resistances,  especially  those  of  low  values  constructed  of  constantan. 


Fio.  38. 

The  junctions  with  the  copper  circuit  are  brought  into  close  prox- 
imity to  secure  uniformity  of  temperature  and  avoid  thermoelectric 
errors.  It  should  be  definitely  understood,  however,  that  this  zone- 
box  principle  is  not  limited  to  only  two  opposed  jimctions;  it  can  be 
applied  to  any  number  of  opposed  junctions,  as  shown  in  Figs.  32,  33  and 
34,  in  which  all  the  junction  boxes  are  in  principle  zone  boxes.  Whether 
these  opposed  junctions  are  brought  into  the  zone  box  as  extension  leads, 
as  in  Fig.  32,  or  as  auxiliary  couples,  as  shown  partly  in  Pig-  33,  depends 
entirely  on  such  factors  as  economy  of  material  and  convenience  in 
wiring.  If  these  points  are  kept  in  mind,  the  criticism  of  the  zone-box 
system  on  p.  122  is  certaiiily  not  justified,  as  no  complicated  interlacing 
circuit  is  ever  necessary  and  the  switch  can  be  placed  at  any  desired 
position*  by  the  use  of  ordinary  copper  wire.  The  copper  circuit  to  the 
switch  and  instrument  can  be  of  any  suitable  design  as  long  as  it  is  homo- 
geneous and  finally  reenters  the  zone  box. 

The  auxiliary  couple  shown  in  Fig.  33  is  said  to  bring  the  cold  junction 
to  the  recorder,  whereas  t^e  diagram  shows  two  junctions,  one  at  the 
switch  and  one  at  the  recorder.  This,  however,  can  be  easily  corrected 
by  extending  hoiib  wires  of  this  couple  to  the  recorder  and  connecting 
the  free  wire  to  the  switch  by  a  copper  lead. 
*  Researeb  Laboratory,  American  Sheet  &  Tin  Plate  Co.     f  Received  Oct.  17,  191B. 
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For  the  sake  of  completeneas,  other  useful  applications  of  this  principle 
are  shown  in  the  diagrams  here  ahown.  The  first  system,  F^.  38,  is  used 
with  an  instrument  having  an  automatic  cold-junction  compensator, 
such  as  some  of  the  Leeds  &  Northnip  potentiometers  or  the  instrument 
with  bimetallic  zero  control  developed  by  C.  R.  Darling  and  recently 
revived  by  Bristol.  This  method  is  sometimes  more  convenient  than 
that  shown  in  Fig.  33,  though  theoretically  they  fulfill  the  same  purpose. 


Fig.  39  shows  a  zone-box  system  that  uses  only  auxiliary  couples,  thus 
avoiding  the  controversy  over  patents  that  was  in  progress  at  the  time 
this  method  was  developed. 

Paul  D.  Foote,  T.  R.  Harrison,  and  C.  O.  Fairchild. — Mr,  Tayler- 
son  arbitrarily  defines  the  "zone  box"  as  equivalent  to  the  junction  box 
already  described  by  us  whereas  actually  the  "zone  box"  is  designed  for 
use  with  a  single  couple.  This  is  illustated  by  Fig.  34  taken  from  the 
Wilson-Maeulen  catalog.  Accordingly  his  Fig.  3S  is  the  same  as  our  Fig. 
33,  describing  the  use  of  a  junction  box,  except  that  he  employs  an  addi- 
tional and  unnecessary  pair  of  copper  leads  between  the  junction  box 
and  the  switch  and  recorder,  which  are  usually  located  close  together 
and  hence  are  at  the  same  temperature.  If  for  any  reason  the  switch 
and  recorder  are  at  different  temperatures,  Mr.  Taylerson's  method  of 
using  the  junction  box  will  correct  for  such  a  difiference,  but  a  simpler 
method  is  to  use  the  wiring  diagram  of  F^.  33,  except  that  a  positive  com- 
pensating lead  is  substituted  for  the  copper  lead  from  the  switch  to 
recorder. 

In  his  IHg.  39,  a  combination  of  the  zone  box  and  junction  box  is  em- 
ployed. In  general  the  use  of  the  zone  box  in  such  an  installation  com- 
pUcates  matters  and  requires  additional  wirii^.  However,  it  may  be  of 
advantage  under  the  following  condition.  If  some  of  the  couples  in 
Fig.  33  or  34  are  so  situated,  geometrically,  that  they  lie  between  the 
junction  box  and  switch,  a  zone  box  may  be  used  at  each  of  these  couples, 
copper  leads  from  the  switch  to  the  zone  boxes,  and  compensating  leads 
or  auxiliary  couple  from  the  zone  boxes  to  the  junction  box,  the  method  of 
connection  through  the  zone  box  being  that  illustrated  by  Mg.  34  except 
that  the  auxiliary  couple  terminates  in  the  junction  box  instead  of  the 
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ground.  This  system  stives  lei^ths  of  copper  leads  from  these  couples 
to  the  junction  box.  This  paragraph  apphcs  also  to  the  discussion  by 
Mr.  Wilson  on  page  129. 

W.  P.  WmTB,*  Washington,  D.  C.  (written  discussionf). — From  the 
description,  convenient  working  of  the  Harrison-Foote  compensated 
indicator  involves  increasing  the  circuit  resistance  to  ten  or  more  times 
tliat  of  the  thermocouple.  This  is  no  disadvantage  if  a  relatively  high 
resistance  galvanometer  has  already  been  decided  upon.  The  instru- 
ments depending  on  the  potentiometer  principle  do  not  suffer  to  the  same 
extent,  as  Williamson  and  Roberts  have  pointed  out  in  their  paper  on 
thermocouple  installation  in  annealing  kUns.  I  have  found  that,  in 
Bome  cases,  where  one  type  of  reading  instrument  was  said  to  be  superior 
to  another,  the  real  difference  lay  in  the  quality  of  the  instrument  and 
not  in  the  principle  at  all.  I  must  disclaim  all  credit  for  the  deflection 
potentiometer  shown  on  p.  94.  The  split  circuit  here  is  employed  in  a 
difTerent  way  from  that  which  Ihad  proposed,  and  withadifferentpurpoae. 

It  seems  possible  that  the  2°  variation  of  temperature  of  a  point  10 
ft.  underground,  determined  in  England,  may  be  less  than  it  would 
usually  be  in  the  more  variable  climate  in  most  parts  of  this  country. 
This  statement  is  merely  to  correct  a  possible  misapprehension.  If 
readings  of  the  temperature  are  taken  from  month  to  month,  the  con- 
Btancy  seems  hkely  to  exceed  all  ordinary  requirements. 

Nichrome  wires  and  other  alloys  containing  nickel  can  frequently  be 
wound  in  fairly  close  coils  without  any  other  insulation  than  the  layer  of 
tarnish  which  they  ordinarily  possess.  It  seems  that  this  fact  mi^ht 
sometimes  be  useful  in  thermocouple  construction,  although  the  trouble 
and  expense  of  porcelain  insulation  would  usually  be  preferable  to  taking 
any  chances.  I  have  found  that  a  furnace  wound  with  No.  32  nichrome 
wire  worked  well  without  any  special  insulation,  and  the  efficiency  of  the 
oxide  layer  would  be  enormously  greater  with  the  very  large  wires  used 
for  commercial  base-metal  couples.  Apparently  it  would  not  do  to  trust 
the  oxide  layer  in  a  reducing  atmosphere. 

The  methods  and  apparatus  here  described,  although  intended  for 
pyrometry,  are  likely  to  be  applied  to  work  of  higher  precision.  It 
therefore  seems  in  order  to  call  attention  to  an  error  which  may  come 
in  such  work  regarding  the  cold  junction  where  this  is  different  from 
the  room  temperature,  as  it  may  often  be,  especially  where  ice  is  used. 
Since  copper  is  a  very  much  better  conductor  of  heat  than  most  of  the 
metals  used  for  thermocouples,  its  conductivity  may,  if  precautions  are 
not  taken,  falsify  the  cold-junction  temperature.  Even  wire  as  small  as 
No.  18  has  been  known  to  do  this  to  a  marked  degree. 

*  Fbyaiciat,  Goophynoal  Laboratory.  t  Received  Sept.  25,  1919. 
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T.  R.  Harrison  (writteo  discusaion*). — Kegarding  the  objection  that 
the  HarrisoQ-Foote  instrumeiit  requires  the  use  of  high  resistance  in  series 
with  the  galvanometer,  thus  reducing  the  sensitivity  of  a  given  instru- 
ment, as  actually  manufactured,  this  instrument  makes  use  of  resistances 
(sometimes  called  swamping  resistances)  placed  in  series  with  the  moving 
element  for  the  accomplishment  of  desirahle  purposes,  other  than  that 
referred  to  (such  as  reducing  temperature  coefficient  and  eliminating  the 
necessity  of  making  too  frequent  readjustment  of  the  rheostat  to  com- 
pensate for  minor  changes  of  resistance).  This  relatively  high  resistance 
has  been  made  possible  for  thermocouple  work  through  the  develop- 
ment of  galvanometers  of  relatively  high  sensitivity.  Through  this 
feature,  a  construction  of  the  compensating  instrument  is  possible  whereby 
accurate  adjustment  may  be  obtained  with  little  care.  The  principle 
may  be  applied,  however,  by  using  a  much  lower  swamping  resistance 
than  is  usually  employed;  this  involves  a  more  careful  adjustment  of  the 
rheostat  in  ordef  to  realize  e.m.f .  readings  of  a  given  accuracy. 

If  a  swamping  resistance  value  equal  to  the  maximum  resistance  of 
couples  to  be  used  with  the  instrument  is  adopted,  adjustment  must  be 
made  with  a  precision  equal  to  that  required  in  the  final  e.m.f.  reading. 
Further  reduction  of  the  swamping  resistance  nets  no  gain  in  precision  of 
e.m.f.  observations,  as  the  increased  sensitivity  is  offset  by  the  necessity 
of  proportionately  increased  accuracy  of  adjustment.  Thus,  any  galva- 
nometer provided  with  swamping  resistance  as  great  as  the  maximum 
allowable  resistance  of  the  couple  can  be  converted  into  a  Harrison-Foote 
compensated  instrument  without  the  addition  of  any  resistance  whatever 
to  the  circuit.  Evidently  the  possible  sensitivity  increases  as  the  maxi- 
mum allowable  couple  resistance  is  reduced. 

■Received  Oct.  27.  ISld. 
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Potenttometers  for  Thennoelemeat  Work 

BY    TALTER  P.  WHITE,*   WABHINOTON,  D.   C. 

(CbioMD  MMtinc.  ScpUmjMT,  IBIB) 

Thb  measurement  of  the  reading  of  a  thermoelemetit  is  the  measure- 
ment of  an  electromotive  force  extraordinarily  small  compared  to  those 
generally  used  in  commercial  work.  Of  the  various  possible  methods 
of  measuriog  such  a  quantity,  the  most  advantageous  is  always  a  delicate 
galvanometer.  Since  a  galvanometer  measures  current,  it  ie  necessary 
to  adopt  some  scheme  by  which  its  current  reading  shall  indicate  electro- 
motive force. 

There  are  two  general  methods  of  doing  this.  One  is  to  use  the  deli- 
cate galvanometer  as  a  "  direct  reader, "  that  is,  to  let  the  electromotive 
force  of  the  thermoelement  furnish  the  power  and  produce  the  current 
measured.  If  the  resistance  is  constant  the  reading  will,  after  a  suitable 
calibration,  give  the  electromotive  force  of  the  thermoelement  which, 
by  means  of  a  table  or  of  a  suitable  scale  in  the  galvanometer  itself,  will 
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give  the  temperature.  The  other  method,  that  of  the  potentiometer, 
is  to  balance  the  electromotive  force  of  the  thermoelement  by  means  of 
another  electromotive  force,  using  the  galvanometer  to  tell  when 
the  balance  is  made.  The  usual  way  of  getting  this  other  electromotive 
force  is  to  have  a  battery,  the  "bull"  cell,  send  a  current  through  a  series 
of  resistances,  which  may  in  a  special  case  be  the  resistance  of  a  aingle 
wire.  The  fall  of  potential  along  this  circuit  will  then,  by  Ohm's  Law, 
be  proportional  to  the  resistancej  the  potential  difference  between  any 
two  points,  proportional  to  the  resistance  between  the  two  points.  This 
is  represented  in  Fig.  1,  where  M  and  N  are  the  two  points  in  the  circuit 
AZ  of  the  battery.  If  M  otN,ot  both,is  movable  so  that  the  resistance 
*  HkjsiciBt,  Geophysical  Laboratory,  Carnegie  Institution  of  WashingtOD. 


D.qit.zeaOvGoOt^lc 


138  POTENTIOUETERS    FOB   THERHOELEUENT   WOBK 

MN  can  be  varied,  the  electromotive  force  between  M  and  N  may  be 
made  equal  to  that  of  the  thermocouple  TC.  When  this  has  been  done, 
there  will  be  no  deflection  of  the  galvanometer  in  the  subordinate  circuit 
MNGTC.  The  reading  MN  then  gives  the  reading  of  the  thermoele- 
ment. Since  there  is  no  current  flowing  in  the  subordinate  circuit,  the 
reaiBtance  of  the  thermoelement  is  of  no  importance,  but  the  current  from 
the  bull  cell  as  well  as  the  resistance  MN  must  be  known.  The  usual 
way  of  determining  this  current  is  to  adjust  it  until  the  potential  drop 
along  another  part  of  the  resistance,  say,  AB,  just  balances  the  elec- 
tromotive force  of  a  standard  cell.  The  potentiometer  thus  compares 
thermocouple  electromotive  force  with  that  of  the  standard  cell  by  means 
of  the  ratio  of  two  resistances,  here  AB  and  MN,  using  an  adjustable  and 
reasonably  constant  current  as  an  essential  agent  in  the  comparison. 

Direet-reading  Galvanometer. — In  comparing  these  two  methods,  the 
direct  reader  and  the  potentiometer,  it  is  evident  that  the  direct  reader 
excels  in  simplicity  of  apparatus  and  also  in  quickness,  since  no  adjust- 
ments are  necessary.  This  latter  advantage  is  not  important  in  simple 
readings,  but  in  making  a  recording  instrument  the  greater  simplicity 
of  the  direct  reader  is  especially  evident,  since  otherwise  the  recorder 
must  not  only  record  but  actualy  adjust  the  position  of  a  contact  corre- 
sponding to  M  or  N.  The  disadvantages  of  the  direct  reader,  however, 
are  serious.  Chief  among  these  is  the  requirement  of  constant  resist- 
ance, while  contacts,  unless  great  care  is  used,  are  apt  to  introduce 
uncertain  and  treacherous  resistances.  Nickel-plated  contacts  are  par- 
ticularly bad  in  this  respect;  less  oxidizable  than  brass,  they  are  more 
apt  to  be  neglected,  and  frequently  look  in  excellent  condition  when 
their  conducting  power  has  been  almost  destroyed-by  tarnish. 

Delicacy  of  GaLoanomeier. — This  resistance  difficulty  is  complicated 
by  one  of  the  restrictions  of  the  galvanometer.  The  electromotive  force 
corresponding  to  1°,  with  the  most  sensitive  thermocouples,  is  seldom 
much  more  than  50  microvolts,  or  ^  nooooo  **^  *^®  smallest  commercial 
voltage  ordinarily  used,  hence  extreme  delicacy  is  required  in  the  galva- 
nometer. Now,  the  lower  the  resistance  of  the  circuit  the  larger  is  the 
current  for  a  given  voltage,  hence  the  less  delicate  does  the  galvanometer 
neeil  to  be.  It  is,  therefore,  unfortunate  that  diminishing  the  circuit 
resistance  increases  the  proportionate  efFect  of  the  troublesome  accidental 
changes  of  resistance.  Whether,  in  view  of  this  detrimental  effect  of 
low-circuit  resistance,  it  is  well  to  make  the  galvanometer  "robust"  by 
diminishing  resistance,  is  a  question  that  has  been  much  discussed.  In 
general,  the  requirement  of  extreme  dehcacy  in  the  galvanometer  has 
acted  as  an  obstacle  to  the  use  of  electrical  methods.  Hence  its  discus- 
sion here  seems  in  order. 

There  are  three  ways  of  overcoming  the  difficulty  that  arises  from  the 
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delicacy  of  a  galvanometer.  The  first  is  by  improving  the  robustness  of 
delicate-reading  instruments,  and  the  manufacturera  have  done  much  in 
this  direction.  Portable  galvanometers  capable  of  being  read  (by  esti- 
mation .of  tenths)  to  1  microvolt  can  now  be  had,  and  greater  robustness 
can  be  given  to  the  more  sensitive  reflecting  inatrumentfl  as  soon  as  de- 
mand becomes  more  effective.  In  particular,  an  enormous  improvement 
could  very  easily  be  made  by  replacing  the  often  worse  than  uselesB 
levels  now  furnished. 

A  second  way  is  for  the  users  to  overcome  their  extreme  objections 
to  the  sensitive  galvanometer.  Those  who  have  worked  with  these 
instruments  know  that  the  objections  are  largely  psychological.  A  few 
years  ago,  it  was  given  as  a  reason  against  using  electrical  instruments  that 
they  must  ultimately  be  put  in  the  hands  of  the  dollar-a>day  man,  who 
could  not  be  expected  to  handle  them.  Evidence  is  continually  accumu- 
lating that  if  the  20-dollar-a-day  man  knows  as  much  about  the  in- 
stallation as  he  ought  to,  there  is  very  little  difficiilty  in  getting  the 
lower  paid  employee  to  yse  th^n  as  well  as  he  needs  to.  The  amount  of 
care  and  skill  required  to  use  a  delicate  galvanometer  does  not  compare 
with  that  put  forth  by  a  good  machinist  in  half  the  things  he  does.  Yet 
even  the  machinist  is  often  offended  by  the  galvanometer.  He  is  used 
to  taking  pains  in  certain  directions  and  the  different  precautions  needed 
by  the  galvanometer  may  appear  unreasonable.  With  better  undeistand- 
ing  and  famiharity,  this  subjective  difficulty  may  be  expected  gradually 
to  disappear  and  we  may  have  a  number  of  important  measurements 
made  electrically  that  at  present  are  scarcely  known  outside  of  a  few 
laboratories.  Of  course  these  will  seldom  be  with  pyrometers,  on  which 
such  delicate  measurements  would  usually  be  wasted,  and  they  would 
not  necessarily  be  in  the  unfavorable  situations  where  many  pyrometers 
must  now  be  used.  In  particular,  a  very  unsteady  support  has  for  deli- 
cate galvanometers  a  detrimental  effect  the  overcoming  of  which  may 
be  so  expensive  as  to  prohibit  the  use  of  the  sensitive  reflecting  galva- 
nometer in  such  locations. 

A  third  way  of  overcoming  the  difficulties  arising  from  the  delicacy 
of  a  galvanometer  is  to  increase  the  current  by  decreasing  the  resistance, 
a  method  whose  limitations  have  already  been  discussed. 

Lack  of  Relative  Precision  in  Direct-reading  Galvarunneter. — A  second 
objection  to  the  direct  reader  is  its  lack  of  relative  precision.  Opinions 
may  differ  as  to  whether  such  instruments  can  generally  be  rehed  upon 
to  1  part  in  600  of  their  deflection,  or  to  1  part  in  2000,  but  the  limit  is 
certainly  reached  at  a  point  far  short  of  that  for  even  a  simple  potenti- 
ometer. Of  course,  for  reading  temperatures  below  1000°,  in  cases  where 
a  precision  of  10°  is  sufficient,  anything  reading  to  1  per  cent,  is  adequate, 
but  it  is  the  cases  of  greater  precision  that  most  need  discussion  so  far  as 
auxihary  apparatus  is  concerned. 
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Simple  PoteTitiomeUr. — The  difficultiea  of  the  direct  reader,  except 
those  due  to  dehcacy  of  the  galvanometer,  are  entirely  absent  in  the  po- 
tentiometer. The  objections  to  the  potentiometer  are  its  greater  cost 
and  complexity,  the  protection  needed  by  the  standard  cell,  and  the  atten- 
tion that  must  be  given  to  the  constant  bull  cell.  The  greater  time  re- 
quired to  make  a  setting  is  ordinarily  almost  inappreciable,  because 
once  the  setting  is  made  small  divergences  from  it  can  be  read  directly 
on  the  galvanometer.  Thus  the  quickness  of  the  direct  reader  and  the 
precision  of  the  potentiometer  are  combined.  To  thus  use  the  potenti- 
ometer as  a  "deflection  potentiometer,"  of  course,  demands  that  the 
galvanometer  sensitiveness  shall  have  an  exact  value,  though  this 
requirement  is  much  less  severe  than  where  the  galvanometer  handles  the 
whole  quantity  to  be  measured.  Those  who  do  not  care  to  keep  their  gal- 
vanometer in  this  condition  may  have  the  advant^e  of  being  entirely 
independent  of  its  calibration  at  the  cost  of  a  little  more  time  in  making 
the  settii^. 

Devices  to  Avoid  Use  of  Standard  Celi. — Copuderable  effort  has  been 
expended  to  avoid  the  use  of  the  standard  cell.     Some  time  ago  a  poten- 
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tiomet«r  was  designed  at  the  Reichsanstalt  in  wbdch  the  current  waa  kept 
constant  by  the  reading  of  an  ammeter.  This  instrument  had  two  galva- 
nometers, namely,  the  ammeter  and  the  more  delicate  balance-galva- 
nometer, and  yet  the  final  precision  was  no  greater  than  that  of  the 
direct-reading  ammeter.  A  simpler  arrangement  for  the  same  general 
purpose  is  illustrated  in  Fig.  1  of  a  paper  by  E.  D.  Williamson  and  H.  S. 
Roberts.'  Here  the  current  is  variable  and  the  resistance  corre- 
sponding to  MM  of  the  present  paper  (see  Fig.  1)  is  constant,  so  that 
the  reading  is  made  on  the  ammeter  scale  instead  of  on  a  number  of 
resistance  dials. 

The  PyrovoUer. — A  fiu-ther  improvement  is  made  possible  by  the 
principle  of  the  pyrovolter,*  Fig.  2,  in  which  the  same  galvanometer  is 

I  This  volume,  p.  468. 

■  Manufactured  by  the  Pyrolectric  InBtrument  Co.,  of  Trenton,  N.  J. 
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JDgemouBly  employed  to  fulfil  both  functions;  first,  to  establish  a  balance, 
and  second,  to  measure  the  current.  A  resistance  Ra  replaces  the  galva- 
nometer when  that  is  not  in  the  main  circuit,  so  that  the  transfer  of  the 
galvanometer  does  not  alter  the  current.  In  this  case,  as  in  Williamson 
and  Roberts'  Fig.  1,  the  current  is  not  kept  constant  as  in  the  orthodox 
potentiometer,  but  is  adjusted  to  give  a  suitable  drop  over  a  constant 
resistance  MN.  There  are  thus  no  resistances  to  be  measured.  A  vari- 
able rheostat  Rt,  which  is  not  read,  adjusts  the  current  and  the  second, 
or  final,  reading  depends,  as  in  the  direct  reader,  on  the  calibration  of  the 
galvanometer.  The  advantage  is  in  eUminatiog  resistance  difficulties 
in  the  thermoelement.  The  operation  of  the  mstrument  involves,  first, 
an  adjustment  to  a  isero  reading  of  the  galvanometer,  as  with  a  regular 
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potentiometer,  but  following  that,  instead  of  reading  the  resistance  setting 
the  ammeter  deflection  is  produced  and  that  is  read  just  as  with  a  direct 
reader. 

It  is  easy  to  ahow  that  with  this  instrument,  and  any  given  galva- 
nometer seneitiveness,  the  zero  setting  is  less  sensitive  than  the  final 
reading,  and  this  difference  becomes  very  large  if  the  galvanometer 
resistance  or  the  thermocouple  resistance  is,  accidentally  or  otherwise, 
much  higher  than  the  resistance  of  the  fixed  coil.  In  some  instruments 
this  difficulty  is  overcome  by  varying  the  current  sensitiveness  of  the  gal- 
vanometer. The  difficulty  should  also  be  small  if  the  thermocouple  re- 
sistance is  not  greater  than  that  for  which  the  instrument  was  designed. 

Harrison  and  f  oofe  Ivxtrument. — The  same  advantage,  namely,  avoid- 
ance of  errorfrom  uncertain  thermocouple  resistance,  is  obtained  in  a  new 
instrument  designed  by  Haprison  and  Foote  (the  Brown  Improved  Heat-' 
meter,  Fig.  3)  in  which  the  potentiometer  principle  is  not  used  at  all. 
The  circuit  resistance  is  adjusted  to  compensate  for  any  changes  or  differ- 
ences in  the  thermoelement,  and  in  this  the  thermocouple  itself  is  used 
as  a  source  of  temporarily  constant  current.  The  instrument  thus 
avoids  one  of  the  disadvantages  of  the  potentiometer,,  namely,  the  battery. 
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and  therein  lies  perhaps  its  main  advantage.  The  operatioa  is  shown  in 
Fig.  3.  By  pres^ng  the  key  K  the  circuit  is  shortened  by  cutting  out  the 
resistance  R%,  which  tends  to  increase  the  galvanometer  deflection.  At 
the  same  time  the  galvanometer  is  shunted  by  the  resistance  Rt,  which 
tends  to  decrease  the  deflection.  These  two  effects  will  offset  each  other, 
and  there  will  be  no  change,  when  the  resistance  of  the  rest  of  the  circuit 
has  a  particular  value.  Hence  by  adjusting  the  resistance  Ri  until  the 
depres^on  of  the  key  K  makes  no  change  in  the  deflection,  the  instru- 
ment becomes  a  perfect  direct  reader,  since  its  circuit  resistance  is  correct. 
The  adjustment  is  not  nearly  as  difficult  as  it  might  at  first  sound,  for 
the  galvanometer  when  the  key  is  down  is  much  more  sensitive  to  resist- 
ance changes.  Hence  one  or  at  most  two  trials  are  nearly  always  suffi- 
cient to  get  the  adjustment.  On  account  of  the  greater  sensitiveness 
shown  by  the  galvanometer  when  the  key  is  down,  the  error  of  reading 
at  that  time  produces  a  negligible  effect.  Hence  the  accidental  error  of 
only  one  reading  comes  in.  Once  set,  the  instrument  can  be  used  as  a 
direct  reader  for  some  time.  The  pyrovolter  can  also  be  used  to  give  this 
advantage  by  means  of  a  special  addition.  The  instrument  is  to  be  more 
fully  described. 

All  these  instruments  (Reichsanstalt  instrument,  pyrovolter,  Harrison 
and  Foote  instnmient)  avoid  merely  the  trouble  from  uncertain  resist- 
ance. They  are  dependent  on  the  calibration  of  an  ammeter.  For  higher 
precision  than  that  will  give  there  has  been  with  the  thermoelement  as 
yet  no  auxiliary  which  did  not  involve  the  use  of  the  standard  cell.  The 
attempts  to  avoid  its  use  are  to  be  laid  mainly  to  the  feehng  that  it  is  an 
unnecessary  complication.  But  although  an  additional  complication, 
it  is  not  one  to  be  seriously  shunned  if  precision  is  desired. 

Portable  Potentiometer.— For  the  next  grade  of  precision  after  the  am- 
meter readers,  a  simple  and  portable  potentiometer  is  made  by  the  Leeds 
&  Northrup  Co.  Here  a  coiled  slide  wire  furnishes  the  MN  of  Fig.  1. 
Settings  upon  this  can  be  made  to  100  microvolts  and  read  to  about  10 
microvolts,  or  less  than  a  quarter  of  a  degree  with  ordinary  base-metal 
thermocouples.  A  robust,  portable  galvanometer  forms  part  of  the 
instrument  and  gives  about  the  same  precision  as  the  slide  wire. 

Predaion  Potentiometer. — The  next  step  in  precision  is  far  more  con- 
veniently secured  by  abandoning  the  slide  wire,  since  the  contact  on  this 
wire  is  a  source  of  "parasitic"  electromotive  forces  that  are  annoying 
even  when  they  do  not' seriously  impair  the  precision  of  the  observations. 
It  is  true  that  sUde-wire  potentiometers  reading  to  1  microvolt  have  been 
used,  and  the  question  as  to  just  what  precision  can  be  advantageously 
obtained  with  them  is  evidently  to  some  extent  a  matter  of  opinion. 
But  they  certainly  cannot  go  much  farther  than  the  simple  poten- 
tiometer just  described,  while  by  passing  over  to  another  type  of 
potentiometer  we  not  only  get  microvolt  precision  with  the  greatest  ease 
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and  certaioty,  but  can  with  almost  as  great  eaee,  though  at  the  cost  of 
certain  imperative  experimental  features,  read  to  0.1  microvolt  with  only 
a  little  more  care  and  precaution  than  is  needed  for  far  less  precision 
with  any  of  the  other  instruments  just  described.  Reading  to  0.1  micro- 
volt means  that  two  thermocouples  in  series  will  give  the  sensitiveQess 
and  more  than  the  precision  of  a  Beckmann  thermometer,  while  a  multiple 
thermoelement  only  3  mm.  in  diameter  will  reach  a  precision  of  ten  times 
that,  and  equal  to  that  of  a  standard  calorimetric  platinum  resistance 
thermometer.  This  precision  of  0.1  microvolt  demands  the  use  of  copper 
switches  at  certain  points  in  the  circuit  and  also  requires  a  galvanometer 
of  considerably  higher  sensitiveness  than  those  known  aa  portable. 

A  complete  description  of  such  apparatus  does  not  aeem  necessary  in  a 
discussion  more  especially  devoted  to  pyrometry.  Such  instruments, 
however,  are  used  for  the  calibration  and  comparison  of  standards,  and 
open  up  a  field  for  the  thermoelement  more  extensive  and  varied  and  not 
unlikely  to  become  more  widely  cultivated  than  the  whole  subject  of 
thermoelectric  pyrometry.  It  seems  worth  while,  therefore,  to  state  the 
principle  of  the  modern  thermoelectric  potentiometer  and  to  explain 
what  are  its  essentia!  requirements.  In  general,  the  advantage  of  resist- 
ance electric  methods,  such  as  that  of  the  Wheatstone  bridge,  consists  in 
the  fact  that  variation  in  the  battery  or  other  source  of  electromotive 
force  is  largely  compensated.  The  advantage  of  potential  methods,  on 
the  other  hand,  lies  in  their  independence  of  contact  resistances. 

In  the  high-precision  potentiometer,  it  is  necessary  to  minimize 
difficulties  coming  from  the  variation  in  the  biill-cell  current,  while  at 
the  same  time  preserving  the  advantage  of  negligible  contact  resiBtance. 
The  first  has  been  satisfactorily  accomplished  by  the  use  of  lead  and 
nickel  storage  cells  (the  latter  are  nearly  if  not  quite  aa  satisfactory  as 
the  lead  cell  and  are  much  less  hkely  to  deteriorate) ;  but  the  contact 
resistance  introduces  a  difficulty.  In  Fig.  1  there  are  two  movable 
contacts  M  and  N,  which  come  into  the  galvanometer  circuit  where  no 
appreciable  current  flows  and  where  therefore  resistance  is  not  important. 
If  M  and  N  are  each  nine-step  or  ten-step  dials,  there  is  a  variation  from  1 
to  100  in  the  electromotive  force  which  can  be  read  by  the  dials — ^but  that 
ifl  the  maximum  variation  that  can  be  obtained  in  this  simple  way.  If 
the  resistance  il/JV  is  varied  by  putting  a  variable  resistance  in  the  battery 
circuit  between  M  and  N,  the  resistance  of  the  necessary  contacts  now 
affects  the  electromotive  force  in  that  part  of  the  circuit.  If  MN  is  small, 
as  it  is  in  reading  the  thermoelement,  it  is  practically  impossible  to  get  a 
satisfactory  potentiometer  in  this  way.  It  is  to  avoid  this  difficulty  and 
get  a  large  range  of  variation  with  only  two  contacts  that  the  slide  wire 
has  been  used. 

Where  the  slide  wire  has  been  conaidered  inadmiysible,  a  number  of 
different  schemes  have  been  used  to  get  more  than  two  dials  without 
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contact- resktatice  error.  The  older  Wolff  potentiometer  simply  in- 
creased the  resistance  of  the  whole  instrument  to  a  very  high  value; 
this  interfered  with  the  sensitiveness  of  the  galvanometer  and  even  then 
did  not  give  sufficient  precision  for  the  best  thermoelectric  work.  Two 
schemes,  however,  have  been  successful.  One,  that  of  the  Diesselhorst- 
Wolff  potentiometer,  a  combination  of  devices  sug^iested  by  several 
writers,  in  which  M  and  N  are  on  two  sides  of  a  divided  circuit,  so  thst 
even  when  they  are  at  the  same  potential -considerable  resistance  lies  in 
the  path  from  one  to  the  other.  Shunts  applied  to  this  resistance  can 
change  the  difference  of  potential  between  M  and  A''  without  introducing 
contact-resistance  error  into  the  main  line.  It  is  still  necessary,  however, 
that  the  contact  resistance  be  kept  small;  hence  the  instrument,  although 
admirably  successful,  demands  almost  daily  attention  for  its  contacts. 

This  difficulty  is  avoided  in  the  White  potentiometer,  where  two  sim- 
ple potentiometers,  like  Fig.  1,  are  in  series  in  the  s^jne  galvanometer 
circuit.  This  has  two  separate  bull  cells,  but  one  of  these  requires  very 
infrequent  adjustment,  while  the  contact  requirements  are  such  that  the 
contacts  have,  under  good  conditions,  literally  been  left  without  attention 
for  more  than  a  year  without  any  detriment.  Where  corrosive  gases  are 
present  this  treatment  might  not  be  possible,  but  this  type  of  potenti- 
ometer evidently  has  a  very  great  special  advantf^  under  such  conditions. 
The  principle  of  the  instrument  is  evidently  simple  and  needs  no  further 
explanation.  But  two  features  of  some  importance  seem  to  deserve  a 
more  detailed  description. 

Partial-defiection  Method  of  Reading. — The  development  of  the 
thermoelement  po.tentiometer  has  been  somewhat  modified  by  a  more  or 
less  accidental  circumstance  arising  out  of  the  fact  that  the  Geophysical 
Laboratory  has  taken  a  part  in  that  development.  When  that  laboratory 
was  first  organized,  the  Director,  Dr.  A.  L,  Day,  in  reading  varying 
temperatures  for  "melting-point  curves"  and  the  like,  did  not  follow  the 
plan,  frequently  and  perhaps  generally  used,  of  using  the  galvanometer  as 
a  null  instrument  and  observing  the  irregularly  varying  times  at  which  its 
deflection  passed  through  zero  as  integral  changes  were  made  in  the 
resistance  setting.  Instead,  the  readings  were  made  at  even  minutes, 
which  nepessitated  taking  the  last  figures  of  the  result  from  the  galva- 
nometer deflection.  This  practise  soon  led  to  an  attempt  to  keep  the 
galvanometer  sensitiveness  constant  and  hence  to  the  development  of  the 
"partial  deflection"  methods,  that  is,  partial  direct-reading  methods, 
where  the  potentiometer  matches  most  of  the  unknown  electromotive 
force,  but  a  small  residual  effect  is  directly  read.  When  special  thermo- 
element potentiometer  designs  began  to  be  made,  this  feature  of  constant 
galvanometer  sensitiveness,  that  is,  constant  galvanometer-circuit 
resistance,  was  incorporated  in  them.  The  scheme  was  accepted  by 
Diesselfaorst  and  embodied  in  the  Die&selhorst- Wolff  potentiometer  and 
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is  a  feature  of  the  White  potentiometer,  where  it  is  secured  by  the  simple 
device  of  putting  supplementary  coils  of  low  precision  in  series  with  the 
contact  points  of  some  of  the  switch  dials,  so  that  as  the  resistance  directly 
between  M  and  N  is  altered,  the  resistance  in  the  galvanometer  circuit 
nevertheless  remains  unchanged.  This  conatancy  of  resistance  is  merely 
a  convenience  for  rapid  reading.  It  does  not  need  to  be  as  accurate  as  it 
would  be  if  the  galvanometer  were  reading  the  whole  quantity,  and 
practically  no  possibility  of  error  is  ever  connected  with  it.  This  feature, 
although  it  characterizes  the  thepnodement  potentiometer,  could  also 
be  applied  to  the  Wheatstone  bridge,  but  has  not  been,  at  least  not  gener- 
ally. The  result  is  that  frequently  resistance  thermometer  measurements 
have  been  regularly  made  by  two  observers  and  with  uneven  time  in- 
tervals, while  observations  of  equal  precision  could  be  made  with  as 
great  ease,  at  any  desired  limes,  by  a  single  observer  with  a  thermoele- 
ment and  a  suitable  potentiometer. 

Double  Potenliometer. — ^Another  feature  of  this  potentiometer  enables 
the  single  observer  to  read  several  temperatures  in  very  rapid  succession. 
This  is  done  by  having  the  dials  in  duplicate  but  attached  to  the  same 
coils,  and  with  an  arrangement  for  throwing  one  or  the  other  set  of  dials 
into  operation  at  will  along  with  a  different  thermoelement.  Hence 
where  the  temperatures,  for  instance,  of  two  different  bodies  are  being 
followed,  the  observer  can  go  back  and  forth  from  one  to  the  other  without 
having  to  reset  all  his  switches  each  time.  The  gain  is  merely  one  in  time, 
hut  that  is  very  often  important.  Such  an  arrangement  could  be  apphed 
to  the  resistance  thermometer  or  to  other  apparatus,  but  is  especially 
advantageous  in  the  potentiometer  for  several  reasons.  (1)  The  inde- 
pendence of  contact  resistance,  shown  by  this  potentiometer  system  gen- 
erally, renders  exchanges  of  instrument  easy  to  make  with  rapidity  and 
without  error.  (2)  Single  thermocouples  can  be  very  easily  constructed 
in  practically  exact  duplicates  of  .each  other,  so  that  in  any  caae  where 
numerous  temperatures  are  to  be  read  the  thermoelement  has  a  decided 
advantage  quite  aside  from  its  sensitiveness  and  small  dimensions.  (3) 
The  thermoelement  furnishes  its  own  power  and  can  be  read  directly  by 
the  galvanometer.  In  almost  every  system  involving  a  number  of 
thermoelements  it  is  easy  to  arrange  a  number  of  them  in  such  a  way  that 
the  reading  of  each  shall  be  a  small  quantity.  Hence  they  can  be  read 
directly  from  the  galvanometer  while  others  in  the  same  set-up  are 
combined  with  the  potentiometer.  The  exchanging  arrangement  in  the 
White  potentiometer  makes  provision  for  this  combination  so  that  three 
different  thermoelements,  at  least,  and  usually  a  much  larger  number,  can 
be  used  without  changing  switches. 

The  instrumental  arrangements  necessary  as  safeguards  with  the 
potentiometer  have  been  fully  described.  The  present  paper  is  not  a 
description  of  potentiometer  manipulation,  but  merely  a  discussion  of  the 
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advantages  of  different  Bystems;  hence  it  will  be  sufficient  to  state  what 
these  safeguards  are.  One  is  the  equipotential  shield,  which  guards  Uie 
system  against  leakage  from  the  relatively  high  voltage  of  commercial 
circuits.  The  second  is  a  switch  constructed  of  copper  so  as  to  be  iteelf 
free  from  thermoelectric  forces  (an  ordinary  knife  switch  will  usually 
answer  perfectly),  used  to  eliminate  parasitic  thermoelectromotive 
forces  within  the  galvanometer  and  other  parts  of  the  potentiometer 
system.  These  two  safeguards*  are  the  same  in  principle  as  those  neces- 
sary with  other  systems  of  equal  sensitiveness. 

SUMUARV 

Thermocouple  pyrometers  are  read  in  three  ways.  (1)  By  direct 
readers  where  the  current,  and  therefore  the  deflection,  is  proportional  to 
the  electromotive  force  of  the  couple.  (2)  By  potentiometers,  where  the 
galvanometer  merely  helps  to  balance  the  electromotive  force  of  the 
couple  against  that  of  a  standard  cell  by  means  of  known  resistances 
and  a  constant  battery  current.  (3)  By  intermediate  instruments,  such 
as  the  pyrovolter,  employing  the  potentiometer  principle  with  a  constant 
battery,  but-  avoiding  the  standard  cell,  and  measuring  current  with  a 
calibrated  galvanometer.  Similar  in  result,  but  different  in  principle,  is 
the  new  Harrison-Foote  instrument,  where  the  circuit  resistance  can  be 
very  quickly  adjusted  to  the  correct  value.  All  these  special  instnunents 
avoid  the  main  difficulty  of  a  direct  reader,  namely,  the  error  from  un- 
certain or  variable  resistance.  It  is  necessary  to  use  the  regular  poten- 
tiometer in  order  to  avoid  also  the  uncertainty  (perhaps  1  per  mille)  of 
the  calibration  of  the  direct  reader.  With  a  slide  wire,  a  simple  and  porta- 
ble potentiometer  is  made  good  to  about  10  nucrovolts,  or  ^°  with  most 
thermocouples.  The  elide  wire  also  permits  readings  to  1  microvolt, 
though  not  altogether  satisfactorily.  Two  special  designs  of  potenti- 
ometer, the  Dicsselhorst- Wolff  and  the  White,  enable  readings  to  be  made 
to  0.1  microvolt  or  better,  and  the  White  potentiometer  is  very  little 
affected  by  corrosive  gases.  Both  of  these  are  deflection  potentiometers, 
enabUng  part  of  the  readings  to  be  taken  direct  from  the  galvanometer 
with  a  gain  in  speed  and  without  sensible  error.  If  the  potentiometer  is 
arranged  as  a  double  potentiometer,  speed  can  be  gained  in  reading 
different  instruments  simultaneoudy.  The  precision  of  these  potenti- 
ometers exceeds  that  needed  in  ordinary  pyrometjy,  but  is  useful  in  funda- 
mental standardization  work,  in  calorimetry,  and  in  numerous  other 
apphcations  of  the  thermoelement. 

'Walter  P.  White:  Thermoelement  InstaUatioD,  especially  for  CalorimeUT- 
Leakage  Freventian  by  Shielding,  especially  in  PotenUameter  Syatems.  Jul.  Am. 
Chem.  Soc.  (1914)  S6,  18S9,  2011. 
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T.  R.  Harrison,  Wafihington,  D,  C  (written  discuBsion*) . — Ad- 
vantage will  be  taken  of  this  occasion  to  mention  briefly  a,  form  of  double 
potentiometer  which  has  been  used  at  the  Bureau  of  Standards  for 
about  2H  yi*'  in  calibrating  thennocouples.  The  calibrations  referred 
to  are  those  made  by  comparison  to  standard  couples. 

In  order  to  insure  equality  of  temperature  between  the  couples,  the 
junctions  are  fused  together;  consideration  of  fundamental  principles 
will  show  that  this  introduces  no  error.  Two  separate  potentiometers 
are  used,  one  connected  to  each  thermocouple,  and  each  potentiometer 
is  provided  with  a  reflecting  galvanometer.  The  two  spots  of  light  are 
reflected  onto  a  single  scale,  the  galvanometers  being  set  in  such  a 
position  that  the  spots  coincide  on  the  scale  at  a  point  marked  zero 
when  the  circuits  are  open  or  when  the  potentiometers  are  balanced. 
By  setting  one  potentiometer  to  a  desired  value  and  adjusting  the  other 
so  that  both  spots  pass  across  the  scale  together  as  the  temp^^ture  rises 
or  falls,  simultaneous  readings  are  obtained. 

By  making  observations  flrst  with  a  rising  temperature  and  then 
with  a  falling  temperature,  the  rates  of  rise  and  fall  being  approximately 
equal,  and  taking  the  means  of  the  results  found,  several  minor  errors 
such  as  those  due  to  differences  in  the  time  lags  of  the  two  systems,  etc., 
are  eliminated  or  greatly  reduced.  The  differences  between  the  values 
observed  with  risit^  and  falling  temperatures  are  usually  less  than  1" 
with  rare-metal  couples.  By  this  method  a  calibration  may  be  made 
rapidly  and  with  accuracy,  since  the  junctions  are  fused  together  and 
means  are  provided  for  taking  simultaneous  readings  on  the  couples 
while  the  temperature  is  changing. 

On  account  of  the  fact  that  the  junctions  of  the  couples  are  in  elec- 
trical contact  and  the  readings  must  be  made  simultaneously,  it  is 
necessary  to  use  potentiometers  having  entirely  independent  circuits. 

Leason  H.  ADAHB,t  Washington,  D.  C.  (written  discussiont)- — For 
precision  work  with  thermocouples  in  the  laboratory,  all  are  agreed 
on  the  necessity  of  using  a  potentiometer  in  connection  with  a  reflect- 
ing galvanometer;  but  in  the  choice  of  an  instrument  for  the  factory, 
opinions  seem  to  differ.  Doctor  White  has  discussed  the  advantages  and 
'  disadvantages  of  three  classes  of  portable  instruments :  the  direct- 
reading  millivoltmeter,  the  portable  potentiometer,  and  the  class  to 
which  belong  the  pyrovolter  and  the  heat-meter.  My  experience  with 
pyrometer  installations  in  the  factory  has  led  me  J,o  prefer  the  portable 

*Reoeived  Sept.  25,  1919. 
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poteDtiometer  aud  to  consider  that  in  accuracy,  convenience,  and  re- 
liability it  is  far  superior  to  the  other  instruments.  The  fact  that  this 
potentiometer  requires  a  battery  and  a  standard  cell  has  not  proved  to  be 
a  drawback,  since  they  are  built  into  the  case  of  the  instrument  and 
require  very  little  attention.  Moreover,  no  difficulty  has  been  experi- 
enced in  teaching  unskilled  laborers  to  m^ke  accurate  readings  with  the 
the  portable  potentiometer,  a  few  minutes'  instruction  being  sufficient 
in  all  cases.  The  portable  potentiometer  has  also  proved  to  be  very 
convenient  for  use  in  the  laboratory  when  the  extreme  accuracy  of  the 
precision  potentiometer  is  not  required. 

W,  E,  FoRSYTHB,  Nela  Park,  Cleveland,  O. — In  measuring  the  tem- 
perature of  a  lamp,  we  control  the  current  with  the  potentiometer;  we 
want  to  measure  that  as  accurately  as  possible  and  still  have  some  epeed. 
We  have  adopted  the  principle  of  the  deflection  potentiometer.  We 
connected  a  millivoltmeter  between  the  binding  post  of  a  regular  Leeds 
&  Northrup  potentiometer,  which  is  there  to  test  out  the  slide  wire,  and 
a  movable  plug  in  the  Br  dial  of  the  potentiometer.  As  this  deflection 
instrument  is  connected,  only  a  very  small  part  of  the  current  is  measured 
by  it.  Thus,  by  using  th@  ordinary  deflection  millivoltmeter,  we  arranged 
the  connections  so  that  currents  can  be  read  to  better  than  1  part  in 
4000  by  simply  reading  a  deflecting  instrument.  We  have  never 
attempted  to  make  this  deflecting  instrument  direct  reading,  but  have 
always  had  the  readings  recorded  as  they  were  made.  At  the  end  of  the 
series,  the  deflections  were  averaged  and  the  corresponding  current 
determined  by  the  potentiometer. 
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Self-checkiiig  Galvanometer  PTrometer 

BT    H.    P.    FOBTEB,*    E.    E.,    TBENTON,    N.    J. 
(Cfaicifo  Msetini.  Scptombar.  ISIB) 

Much  has  been  written  relative  to  the  errors  involved  in  the  use  of  a 
galvanometer  for  measuring  thermocouple  electromotive  forces.  In 
general,  it  may  be  said  that  accuracy  with  a  galvanometer  is  secured  only 
at  the  sacrifice  of  durability,  unless  manual  adjustment  is  made  in  the 
operation  <^  the  instrument  to  overcome  the  errors  of  resistance  and 
resistance  changes.  The  pyrovolter  and  the  potentiometer  both  require 
manual  adjustment  for  every  reading,  readings  being  taken  on  a  "null" 
method. 

To  the  end  that  some  of  these  balances  may  be  eliminated  and  only 
an  occasional  balance  be  made  as  a  check  reading,  the  "continuously 
deflecting  pyrovolter"-  was  developed.  Essentially,  the  operation  of  the 
continuously  deflecting  pyrovolter  is  to  determine  the  resistance  of  the 
thermocouple  circuit,  though  its  value  is  not  noted  or  indicated,  then 
throwing  in  series  with  the  thermocouple  sufficient  resistance  to  bring 
the  sum  up  to  some  standard  value  for  which  the  indications  of  the  galva- 
nometer will  be  correct.  This  result  may,  however,  be  accomplished  in 
a  somewhat  simpler  manner,  for  which  general  method  patents  are  now 
in  the  course  of  apphcation. 

If  we  devise  a  galvanometer  circuit  so  that  by  means  of  a  simple 
adjustment  the  resistance  of  the  entire  circuit  will  be  rendered  equal  to 
some  constant  predetermined  value,  we  may  rely  on  the  galvanometer  to 
give  correct  e.m.f.  indications  (assuming  that  the  errors  of  temperature 
resistance  coefficient  and  cold  junction  have  been  properly  allowed  for), 
and  will  indicate  temperature  continuously  where  the  e.m.f.  measured 
is  developed  by  a  thermocouple. 

In  Figs.  1  and  2,  there  is  in  aeries  with  the  galvanometer  of  resistance 
g  the  thermocouple  of  resistance  X  and  the  rheostat  of  total  resistance  S. 
To  operate  the  instrument,  that  is,  to  make  a  check  to  compensate  for 
couple  resistance,  a  button  is  depressed  which  connects  points  M  and  A',  as 
shown  in  Fig.  1,  normally  separated,  and  disconnects  points  P  and  Q, 
normally  engaged  in  contact.  The  slider  on  the  rheostat  is  adjusted 
until  the  r^istance  a  is  zero  and  the  deflection  D  of  the  meter  is  at  its 
maximum.  This  deflection  is  noted,  and,  still  depressing  the  button, 
the  slider  is  adjusted  until  a  deflection  equal  to  D/2  is  obtained.  The 
button  is  now  released,  closing  the  connection  between  points  P  and  Q 
'  Secrptary,  Pyrolectric  Instrument  Co. 
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and  breaking  the  contact  of  M  and  Ni  as  shown  in  Fig.  2.  The  resistance 
Rt  of  the  entire  circuit  after  this  adjustment  is  complete  equals  S,  a 
constant  value  equal  to  the  total  resistance  of  the  rheostat  shown.  This 
is  easily  proved  as  follows: 

Call  the  resistance  of  the  entire  circuit  in  Fig.  I,  R\,  that  is,  when  a  is 
zero 

R,  =  g  +  X  (1) 

For  deflection  D/2,  the  circuit  resistance  is  ftj 

Rt  =  g  +  X  +  a  (2) 

Since  adding  resistance  a  to  the  circuit  halved  the  current  flowing, 
and  hence  the  deflection,  the  circuit  resistance  must  have  been  doubled 
when  the  adjustment  was  complete  or  2Ri  =  Rt.    By  substitution  from 


( 1      "               1 1 

x=  E« 

...            ^ 

formulas  (1)  and  (2),  2(^  +  X)  =  g  +  X  +  a;  whence  g  +  X  =■  a. 
When  the  button  is  released  and  connections  are  made  between  P  and  Q, 
simultaneously  breaking  the  junction  between  points  M  and  N,  the  circuit 
resistance  Bj  becomes  Rt  •*  b  +  g  +  X;  and  since  j;  +  JT  =  o,  flj  = 
b+a. 

By  deflnitioQ  of  a  and  6,  they  are  the  component  parts  of  the  rheostat 
and  a  +  6  =  S;  so  that  Rm  =  a  +  b  =  S  which  is  the  result  it  was  desired 
to  prove. 

The  following  characteristics  of  this  circuit  may  be  of  interest.  Maxi- 
mum allowable  resistance  in  thermocouple  circuit  external  to  instrument 
is  M  =  (s  —  g).  The  e.m.f.  range  of  the  instrument  is  given  by 
£  =  iS  7,  where  /  is  the  current  required  to  deflect  the  galvanometer  to 
full  scale. 

The  relative  error  of  setting  is  small  in  direct  proportion  as  (6  +  X)  is 
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amail  in  comparison  with  g.  Also  the  error  of  setting  for  D/2  is  inversely 
increased  with  reduction  in  the  value  of  D. 

Many  variations  of  this  type  of  circuit  are  possible,  though  their 
method  is  essentially  the  same  as  that  outlined.  It  must  be  remembered 
that  check  readings  can  only  be  taken  when  the  conditions  are  such  that 
the  e.m.f.  of  the  couple  is  practically  constant,  but  there  is  no  need  for 
such  checks  except  when  it  is  supposed  that  the  circuit  resistance  may 
have  changed,  changes  being  due  to  temperature  resistance  coefficient 
of  leads,  couple,  of  galvanometer  coil,  depth  of  immersion  of  couple, 
corrosioD  of  some  part  of  the  circuit  reducing  its  cross-sectional  area  of, 
conductor  or  adding  contact  resistance,  or  the  shortening  of  the  couple 
or  couple  leads.  If  the  rheostat  S  is  made  of  manganin  or  some  alloy  of 
practically  negligible  temperature  resistance  coefficient,  the  instrument  is 
free  from  errors  due  to  change  in  the  resistance  of  the  galvanometer  coil, 
and  hence  the  instrument  is  free  from  errors  of  indication  due  to  tempera- 
ture changes  of  the  instnunent  coil. 

The  main  objection  to  an  instrument  of  this  type  is  that  it  can  only 
be  used  conveniently  with  one  couple  at  a  fairly  constant  depth  of  im- 
mersion and  temperature.  It  is  impractical  to  employ  it  with  several 
couples  and  a  selective  switch  or  other  similar  device,  uidess  all  the  couple 
circuits  are  of  strictly  the  same  resistance— a  circumstance  that  is  difficult 
to  secure  and  almost  impossible  to  maintain.  The  chief  advantages  are 
the  elimination  of  any  form  of  cell,  dry  or  standard,  from  the  instrument 
circuit  and  continuous  deflection,  with  only  occasional  manual  adjustment. 

The  circuits  offer  unusual  possibilities  for  the  instruction  of  students 
ID  electrical  measurements.  Knowing  the  current  sensitivity  of  the 
galvanometer  at  full  scale  and  the  value  of  the  rheostat,  it  is  possible  to 
determine  the  galvanometer  resistance,  battery  resistance,  and  voltage, 
and  to  correct  a  millivoltmeter  from  all  errors  due  to  line  drop  or  extrac- 
tion of  current  from  a  high  resistance  shunt. 

.   DISCUSSION 

Paul  D.  Footb  and  T.  R.  Harbison,  Washington,  D.  C.  (written 
discussion*). — There  are  several  methods  for  measuring  the  internal 
resistance  of  a  battery,  the  line  resistance  in  a  circuit  containing  an  e.m.f., 
or  the  true  value  of  this  e.mi.  The  writers,  however,  were  the  first  to  em- 
ploy a  simple  principle  whereby  the  total  resistance  of  the  circuit  is  ad- 
justed to  a  preassigned  value  for  which  the  scale  of  the  millivoltmeter  is 
graduated,  the  only  e.m.f.  employed  being  that  of  the  source  measured. 
One  of  the  simplest  forms  of  these  instruments  is  described  on  pages 
84-85.  In  papers  now  in  press  we  have  described  some  twenty  modifica- 
tions of  this  simple  design,  all  operating  upon  the  same  fundamentally 
new  principle.     The  instrument  devised  by  Mr.  Porter  is  of  this  general 
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type  but,  unlike  the  designs  we  have  recommended,  ie  open  to  serious 
objections. 

If  the  e.m.f  of  the  source  being  meastired  is  equivalent  to  the  full- 
scale  range '  of  Mr.  Porter's  instrument,  the  adjustments  can  be  made 
only  if  by  chance  the  external  resistance  x  equals  a  —  g.  Suppose 
that  the  full-scale  deflection  corresponds  to  e  milUvolts;  the  current 
required  to  produce  this  deflection  is  i  =  e/a.  In  the  first  adjustment, 
however,  the  current  i'  =  e/(x  +  g).  Since  x  +  g  =  a  by  the  second 
adjustment,  and  since  in  general  a  <  a  =  a  +  b,  the  current  i'  is  larger 
than  i  in  the  ratio  a  {x  +  g).  To  keep  the  pointer  on  the  scale  through- 
out adjustment,  therefore,  the  e.m.f.  to  be  measured  must  net  exceed 
the  fraction  (x  +  g)/s  of  the  full-scale  deflection.  When  x  is  reduced 
until  it  equals  Ms  —  g  (i.e.,  when  a  =  J^s)  we  have  x  +  g  =  H«  so 
that  (x  +  g)/s  equals  }4,  hence  only  one-half  of  the  scale  e.m.f.  can 
be  used  for  adjusting  the  resistances.  With  couple  and  leads  of  zero 
resistance,  the  maximum  e.m.f.  for  which  adjustment  can  be  made  is 
g/s  times  the  full  scale  e.m.f .  which  may  or  may  not  be  lees  than  one-half 
of  the  scale  range  of  the  instrument,  depending  on  the  characteristics  of 
the  individual  instrument. 

Since  the  ratio  of  maximum  deflection  to  actual  e.m.f.  is  (x  +  g)/s, 
the  ratio  of  the  half  deflection  to  actual  e.m.f.  is  2  (x  -H  g)/s,  and  an  error 
in  adjustment  to  the  half  deflection  will  appear  in  the  final  reading  mul- 
tiplied by  this  factor,  which  ranges  from  2,  where  x  =  a  —  g,  to  2g/s 
as  a  minimum. 

A  more  satisfactory  arrangement,  which  utilizes  the  full  scale,  is 
illustrated  by  the  accompanying  illustration.    The  normal  operating 


position  is  with  the  key  k  closed.  The  current  flowing  in  this  case  is 
i  =  e/(x  +  g).  W'th  the  key  open  the  resistance  x  is  adjusted  until 
the  deflection  is  halved;  viz.,  i/2  =  e/(x  +  g  +  s).  Hence  x  +  g  =  a, 
for  which  resistance  the  scale  of  the  instrument  is  graduated.  With 
this  arrangement,  adjustment  can  always  be  made  with  full-scale  e.m.f. 
Obviously  the  ratio  of  deflections  may  be  other  than  }i.  In  some  in- 
stances it  may  be  of  advantage  to  use  a  ratio  0.9,  in  which  case  a 
double  scale  could  be  employed,  one  scale  graduated  in  intervals  0.9  as 
great  as  the  other  scale.  Another  disadvantage  of  Mr.  Porter's  instru- 
ment, as  described,  is  that  an  e.m.f.  or  linear  scale  must  be  employed, 
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since  proper  adjustment  could  not  be  obtained  by  halrii^  the  deflee- 
tioD  on  a  temperature  scale.  Furthermore,  tbe  inBtrument  must  be  set 
to  read  zero  on  open  circuit,  which  prohibits  the  usual  cold-junction  ad- 
justment. These,  and  other,  objections  are  successfully  met  in  tbe  in- 
struments described  by  us  in  the  paper  just  referred  to,  and  further- 
more, high  sensitivity  in  adjustment  is  assured. 

H.  P.  Porter  (author's  reply  to  discussion"). — The  discussion  by 
Messrs.  Foote  and  Harrison  opens  with  a  direct  attack  on  the  ethics 
followed  by  the  writer  in  describing  what  they  claim  is  a  modiBcation 
of  their  own  device.  Freely  admitting  that  the  basic  principles  of  their 
invention  were  taken  from  Dr.  Northiup's  book  and  similar  standard 
works  of  reference,  they  openly  challenge,  at  the  time  of  their  first  public 
announcement  of  their  work,  the  right  of  another  to  describe  a  device 
similar  in  its  results  to  their  own.  The  writer's  invention,  though  pos- 
sibly it  may  not  have  antedated  that  of  Foote  and  Harrison  in  its  first 
conception,  is  in  no  sense  whatsoever  an  imitation  of  their  device.  It 
was  independently  conceived  and  worked  out  long  before  the  writer  had 
any  knowledge  of  their  circuits.  Further,  it  may  be  remarked  that  the 
purpose  of  this  article  was  not  to  show  in  how  many  ways  the  "Heat- 
meter"  circuits  might  be  imitated.  Such  efforts  as  those  put  forth  in  the 
technical  press  of  a  year  or  so  ago,  when  attempts  were  made  to  ade- 
quately imitate  the  Pyrovolter,  may  well  be  left  to  others. 

As  to  the  mathematical  remarks:  A  meter  is  designed  to  allow  for 
certain  definite  maximum  variation  in  thermocouple  resistance.  It  is 
not  a  matter  of  the  resistance  X  by  chance  being  equal  to  or  less  than  any 
particular  value.  It  requires  but  a  very  superficial  examination  to 
disclose  the  fact  that  the  Heatmeter  is  capable  of  operation  only  in  case 
by  chance  the  resistance  of  the  thermocouple  circuit  is  not  over  20  ohms, 
unless  an  extremely  fragile  type  of  meter  is  employed.  Messrs.  Foote 
and  Harrison  claim  extreme  accuracy  of  setting  and  adjustment  for 
their  meter.  It  is  true  they  have  it,  but  at  the  expense  of  durabihty.  By 
their  own  admission,  nine-tenths  of  the  current  is  shunted  from  the  meter 
(and  shunting  a  meter  with  so  comparatively  low  a  resistance  shunt  which 
has  a  very  appreciable  contact  resistance  in  the  shunting  circuit  is  a 
rather  dangerous  procedure  from  the  viewpoint  of  accuracy),  thus  re- 
quiring, for  even  base-metal  ranges,  a  fragile  and  moderately  high- 
resistance  type  of  movement.  The  whole  advantage  of  the  writer's 
scheme  lies  in  its  practical  applicability  to  rugged,  durable,  practical, 
reliable,  low-reaistance,  double-pivot  type  instruments,  such  as  have  been 
very  successfully  employed  In  the  Pyrovolter.  They  criticize  the  diffi- 
culties encountered  in  halving  the  deflection,  which,  as  the  writer  ex- 
plained at  the  meeting,  have  been  very  simply  overcome.  The  circuits 
were  described  in  their  present  form  for  the  sake  of  simphcity  in  showing 
tbe  principle. 

•  Received  Dec.  6,  1919.  i:q,t7ed  ly  GoOgIc 
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DuBiNO  the  last  few  years  the  use  of  base-metal  thennocouples  has 
increased  very  considerably  in  various  industries,  due  to  the  necessity  for 
more  precise  control  of  temperatures.  The  base-metal  couple  has  the 
advantages  of  being  robust  to  a  surprising  degree,  cheap  as  compared  with 
platinum  couples,  sufficiently  accurate  for  most  operations,  rapid  in 
indicating  changes  in  temperature,  easily  renewed  or  repaired,  and  of 
generating  a  much  higher  electromotive  force  than  the  noble-metal 
eouples.  There  are,  however,  some  factors,  such  as  indicating  and  record- 
ing instruments,  the  insulation  on  the  elements,  the  constancy  and  homo- 
geneity of  the  wires,  and  the  resistance  to  oxidation  in  the  furnace,  that 
limit  the  usefulness  of  the  temperature- measuring  device.  It  is  the 
purpose  of  this  paper  to  discuss  in  what  manner  these  factors  affect  the 
usefulness  of  the  couples. 

Measurinq  Instruuents 

There  are  at  present  two  sorts  of  measuring  instruments  in  general  use, 
millivoltmeters  and  potentiometers.  The  deflection  of  the  millivt)ltmeter 
is  proportional  to  the  amount  of  current  flowing  through  the  movable 
coil,  and  the  amount  of  current  flowing  in  the  entire  circuit  is  dependent 
on  the  electromotive  force  generated  and  the  total  resistance  of  the  circuit. 
It  is  obvious  that  the  resistance  of  the  couple  will  increase  when  heated 
and,  for  a  given  temperature,  the  increase  is  roughly  proportional  to  the 
length  of  couple  heated.  In  view  of  these  changes  in  resistance,  would  a 
low-  or  high-resistance  millivoltmeter  give  the  more  accurate  readings? 

Let  E  =  electromotive  generated  by  the  couple,  IR  =  volts  drop 
through  the  millivoltmeter,  Ir  =  volts  drop  throi^h  couple  and  the 
leads  to  the  millivoltmeter ;  then 

E  =  IR  +  It. 
Assume  that  the  resistance  of  the  millivoltmeter  fl  is  2  ohms,  and  that 
the  resistance  of  the  couple  and  leads  r  is  0.01  ohm  when  2  in.  of  the  couple 
is  heated  to  1000°  C,  and  further  that  when  all  of  the  effective  length  of 
the  couple  is  heated  to  1000°  C.  the  resistance  of  couple  and  leads  r  is  0.10 
ohm.  The  total  resistance  of  the  circuit  may  thusincrease  from  2,01  ohms 
to  2.10  ohms  or  4,4  per  cent, ;  therefore  the  current  flowing  is  decreased  pro- 
•Proteeoor  of  ChemictJ  Engmeeriiig,  University  of  Wiaoomfln.,  ^^,  L-, 
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portiooately  and  consequently  the  deflection  of  the  mlllivolttneter  is  also 
decreased.  Now  assume  that  the  resistance  of  the  miUivoltmeter  R  is  30 
ohms  and  that  the  same  changes  in  resistance  in  the  couple  and  leads  r  take 
place  as  above.  Thus  the  incr^ise  in  toted  resistance  of  the  circuit  is  from 
30.01. ohms  to  30.10  ohms  or  0.3  per  cent.;  the  current  decrease  and  de- 
flection of  the  miUivoltmeter  will  be  a  like  amount.  Thus,  it  is  clear  that 
a  high-resistance  miUivoltmeter  will  give  readings  that  are  lees  affected 
by  changes  of  resistance  due  to  depth  of  immersion  than  a  low-resistance 
instrument. 

In  the  potentiometer  system,  the  electromotive  force  from  a  standard 
cell  is  made  to  oppose  the  electromotive  force  generated  by  the  couple. 
A  galvanometer  is  placed  in  the  circuit  of  the  thermocouple  in  such  a 
manner  that  no  deflection  is  obtained  when  the  electromotive  force  from 
the  standard  cell  or  its  auxiliary  just  balances  that  from  the  thermocouple. 
Thus,  no  current  Sows  in  the  thermocouple  circuit  when  the  measurement 
is  made,  heoce  the  length  of  the  couple  and  its  resistance  due  to  depth  of 
immersion  are  immaterial  with  the  potentiometer. 

The  reliability  of  the  miUivoltmeter  depends  on  the  permanence  of 
the  magnet,  the  correct  adjustment  for  freedom  of  movement  of  the  coil 
carrying  the  needle,  and  good  electrical  contacts  in  all  the  wires  of  the 
circuit.  Unless  a  calibration  is  made,  there  is  no  way  of  knowing  how 
much  in  error  a  given  deflection  may  be.  The  reliability  of  the  potenti- 
ometer depends  on  the  permanence  of  the  standard  cell .  When  the  poten- 
tiometer works,  it  is  usually  right;  when  it  is  not  right,  it  won't  work. 
The  miUivoltmeter  is  cheaper  than  the  potentiometer;  both  are  about 
equally  robust.  The  indicating  miUivoltmeter  can  be  read  without 
manipulation;  the  indicating  potentiometer  must  be  manipulated  for 
balance.  Both  types  are  made  recording,  but  the  potentiometer  can  be 
attached  to  more  couples  than  the  miUivoltmeter. 

Instjlatton  op  the  Wires 

Materials  such  as  asbestos  twine  covered  with  water  glass  and  also 
with  water  glass  mixed  with  fine  carborundum,  woven-asbestos  tubing, 
porcelain  tubing,  and  fireclay  bushings  have  been  used  for  the  electrical 
insulations  of  the  wires  of  thermocouples.  Obviously,  a  matena!  used 
for  this  purpose  should  be  capable  of  enduring  high  temperatures  without 
breaking  down,  withstand  a  certain  amount  of  rough  bandUng,  and  not 
combine  with  the  thermocouple  when  hot. 

Asbestos  twine  when  wound  closely  on  the  wires  of  the  couple  and 
covered  with  a  paint  containing  sodium  silicate  makes  a  fair  insulator. 
The  asbestos  breaks  down,  however,  when  heated  to  1000°  C  or  more  for 
extended  periods  of  time  and  thus  the  wires  are  left  bare,  and  Uable  to 
short  circuit.  In  Fig.  1  are  shown  some  pictures  of  couples  wound  with 
asbestos  twine  and  painted  with  fine  carborundum.  After  using  these 
couples  near  1000°  C.  for  some  time,  it  was  noticed  that  the  iron  vir6 -J? , 
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had  grown  to  nearly  twice  its  original  diameter  and  could  be  broken  easily 
in  one's  fingers.  The  iron,  asbestos,  and  carboniudum  bad  combined 
into  a  friable  mass;  there  was  no  free  iron  left.  The  fracture  has  a  green- 
ish  purple  color.  Iron  at  high  temperatures  combines  readily  with  car- 
borundum and  thus  the  couple  is  destroyed.  The  woven-asbestos  tubing 
breaks  down  readily  and  is  not  so  permanent  as  the  twine  wrapped  on  the 
wire  and  painted  with  sodium  siUcate. 

In  Fig.  2  is  shown  a  couple  with  wires  insulated  from  one  another  by 
fireclay  bushings  1  in.  (25  mm.)  long,  about  ^  in.  (9.5  mm.)  outside 
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diameter  and  ^s  in.  (4.7  mm.)  bore.  These  bushings  are  used  by  several 
manufacturers  of  thermocouples  and  have  been  found  very  satisfactory  in 
this  laboratory.  In  the  illustration,  a  alight  fluxing  of  the  oxides  on  the 
wire  with  the  bushing  is  noticeable  on  the  constantan  wire  which  had 
been  raised  to  1100^  C.  On  nickel-chromium  wires,  such  fluxing  action 
has  not  been  observed.  These  bushings  have  shown  good  strength  under 
hard  use;  they  are  easily  replaced  when  broken  and  they  are  cheap. 

CONBTAMCT    AND    HoUOGBNEITY   OF   Cotn>LE8 

Since  the  voltage  generated  by  a  couple  for  a  given  temperature  is  the 
summation  of  all  the  electromotive  forces  due  to  the  contact  of  two  dis- 
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amilar  metal  parts,  the  wires  of  the  couple  sbould  be  as  homt^eneouB 
u  possible  if  the  electromotive  force  indicated  is  that  generated  at  the  hot 
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juncUon  of  the  two  wires.  If  the  wires  are  not  homogeneous,  there  will 
he  set  up  at  each  junction  of  dissimilar  metals,  a  voltage  that  is  a  function 
of  the  temperature  at  that  point.  Should  the  depth  of  immersion  of  such 
a  cou|de  be  varied,  the  resultant  voltage  will  change,  even  though  the 


158 


nSBFULHEBB  OF  BABE-UBTiO.  THEBMOCOUPLEB 


temperature  remainB  constant.  It  was  fouad,  after  a  series  of  teeto' 
made  in  this  laboratory,  that  there  are  several  couples  obtaiuable  that  are 
sufficiently  homogeneous  for  those  installationa  where  an  accuracy  of 
about  25°  to  50°  C.  will  serve  the  purpose. 

Couples  purchased  from  a  number  of  prominent  makers  were  cut  to 
lengths  of  about  18  in.  (49  cm.).  To  each  couple  about  3  ft.  (0.9  m.)  of 
flexible  lamp  cord  was  soldered,  and  the  wires,  at  soldered  joints  as  well 
as  all  other  required  points,  were  insulated  from  each  other.    The 
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couples  were  then  calibrated,  one  at  a  time,  over  the  range  given  by  the 
manufacturer  against  a  standardized  platinum  couple.  First,  all  couples 
were  caUbrated  with  a  length  of  4  in.  (10  cm.)  heated.  Second,  all 
couples  were  calibrated  with  a  length  of  15  in.  (38  cm.)  heated  to  deter- 
mine the  effect  and  presence  of  heterogeneity  in  the  wires.  Third,  all 
couples  were  subjected  to  a  heat  treatment  for  periods  of  20  to  24  hr. 
each  at  temperatures  of  400°,  600°,  and  800°  C.  After  the  treatment 
at  each  of  these  temperatures  each  couple  was  calibrated  singly. 
'  Kowalke:  Trant.  km.  Electrootiem.  See  (1913)  M,  377. 
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Electrically  heated  tube  furnaces  were  used  for  all  the  teats.  One 
fiimace  was  10  in.  (26  cm.)  long  and  the  other  was  20  in.  long,  each  having 
a  tube  about  1  in.  bore.  These  were  used  for  the  calibrations  at  4  in. 
and  15  in.  depth  of  immersion,  respectively.  So  that  all  the  eouples  could 
be  heated  together  for  the  treatments  at  400",  600°,  and  800°  C,  a  furnace 
24  in.  long  and  having  a  tube  2^  in.  bore  was  used. 

Asbestos  disks  were  placed  on  the  base-metal  and  the  standard 
couples  to  keep  them  centered  in  the  furnace.  The  hot  junctions  of 
the  two  couples  were  in  contact.  The  temperature  was  raised  to  about 
300°  C.  before  readings  were  taken  and  then  the  temperature  was  in- 
creased by  intervals  of  100°  C.  At  each  point  the  temperature  was 
maintained  stationary  for  a  period  of  2  min.  to  insure  equilibrium.  The 
cold  junctions  of  both  couples  during  calibration  were  kept  at  0°  C.  by ' 
means  f^  an  ice  bath.  All  measurements  were  made  on  Leeds  &Northrup 
Type  K  potentiometers,  a  separate  potentiometer  being  used  for  each 
couple. 

The  data  on  two  of  the  couples  only  is  presented  here  to  illustrate 
bow  near  to  and  how  far  from  being  homogeneous  and  constant  the 
couples  were  found  to  be.  The  composition  of  the  wires  of  the  most 
satisfactory  couple.  Couple  No.  20,  is  as  follows:  Positive  terminal,  Fe, 
99.8  per  cent.;  Negative  terminal,  Cu,  52.3  per  cent.,  Ni,  48.0  per  cent. 

Table  1. — Data  on  Couples 
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645 
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40.09 
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17.05 
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8.61 
9.96 
11-18 
12,61 
14.65 
16,34 
18.25 
20.08 
21.58 
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The  composition  of  the  wires  of  the  couple  found  most  unsatisfactory. 
Couple  No.  18,  is:  Positive  terminal,  Fe,  99.9  per  cent. ;  Negative  terminal, 
Al,  1.14  per  cent,,  Ni,  98.3  per  cent.  These  data  are  further  sbowo 
graphically  in  Figs.  3  and  4,  and  Table  1. 

It  is  apparent  from  the  graphs  that  couple  No.  18  shows  a  difference 
of  120°  C.  at  1000°  C.  between  the  immersions  to  4  in.  and  15  in.,  respec- 
tively, and  that  the  variation  of  electromotive  force  with  temperature  is 
not  uniform  throughout  the  range.  The  lack  of  agreement  of  the  cali- 
brations with  4  in.  and  with  IS  in.  of  the  couple  immersed  is  apparently 
due  to  a  lack  of  proper  anneaUng  of  the  wires  for  the  agre^nent  of  the 
second  and  the  last  calibrations  is  as  good  as  that  found  on  several  other 
couples.  It  is  further  apparent  from  the  graphs  for  couple  No.  20  that 
the  variation  of  electromotive  force  with  temperature  is  regular  throi^h- 
out  the  range  and  that  the  constancy  of  the  couple  is  satisfactory.  There 
is  a  change  of  only  25°  C.  in  the  indications  from  first  to  last  calibration. 

Resistance  to  Oxidation 

The  combination  of  iron  with  constantan  for  couples  is  one  that  gives 
practically  a  "straight  line"  for  the  relation  of  electromotive  force  to 
temperatiu^;  it  also  gives  a  higher  electromotive  force  at  a  given  tem- 
perature than  most  other  combinations  of  wires ;  and  it  is  further  possible 
to  get  these  two  wires  remarkably  homogeneous.  The  great  disadvan- 
tage of  iron  is  its  property  of  oxidizing  rapidly  at  temperatures  above 
700°  C.  If  iron  were  protected  against  oxidation  by  some  means  that 
would  not  affect  the  electromotive  force  the  usefulness  of  the  iron-con- 
stantan  combination  would  be  greatly  extended.  It  has  been  shown  by 
W.  E.  Ruder*  that  "calorizing"  iron,  "which  consists  in  producing  a 
rich  aluminum  alloy  upon  the  surface  of  the  metal"  practically  prevents 
oxidation  below  1000°  C. 

One  of  the  calorized  wires  used  in  these  tests  was  donated  by  the 
Research  Laboratory  of  the  General  Electric  Co.,  the  other  calorized 
wire  was  purchased  from  the  Brown  Instrument  Co.  The  uncalonzed 
iron  and  the  constantan  wires  were  purchased  from  the  Leeds  &  Northrup 
Co.  The  iron  wires,  both  calorized  and  uncalonzed,  were  approximately  - 
0.14  in.  (3.5  mm.)  diametej.  The  wire  from  the  General  Electric  Co. 
was  straight  and  had  a  rather  thin  coating  of  calorizing;  the  wire  from 
the  Brown  Instrument  Co.  came  bent  double  on  itself  and  the  calorized 
coat  was  so  heavy  that  some  of  the  alloy  chipped  off  when  the  wire  was 
straightened. 

Three  sets  of  couples  were  made;  Couple  No.  lOB,  constantan  vs. 
calorized  iron  (General  Electric  Co.),  Couple  No.  32B,  constantan  vs. 
calorized  iron  (Brown  Instrument  Co.),  Couple  No.  81B,  constantan 
vs.  uncaloriaed  iron  (Leeds  &  Northrup  Co.).  Before  making  the  couples 
the  wires  were  heated  with  the  electric  current  to  a  bright  red  heat  for 
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several  minutes  to  remove  any  strai&s.  Tbe  couples  made  were  each 
12  in.  long.  For  the  hot  junction,  the  wires  were  fused  in  the  electric 
arc,  then. fireclay  bushings  were  strung  on  the' constantan  wires,  and 
finally  flexible  copper  lamp  cord  was  soldered  to  each  element. 

For  calibrating  and  for  heat  treatments  the  same  types  of  furnaces 
and  methods  were  used  as  have  been  previously  described.  The  electro- 
motive force  measurements  were  made  on  Leeds  &  Nortbrup  portable 
potentiometers.  The  couples  were  calibrated  as  annealed,  then  they 
were  heated  for  24  hr.  at  200°  C.  and  given  a  second  calibration,  then 
heated  again  for  24  hr.  at  900°  C.  and  calibrated  a  third  time.    After 
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the  third  calibration,  about  1)^  in.  (3.8  cm.)  was  cut  from  the  hot  junc- 
tion end  of  each  couple  and  the  remainder  fused  together  again.  Thus: 
Couple  IOC  was  made  from  Couple  10£,  Couple  32C  was  made  from 
Couple  Z2B,  Couple  81C  was  made  from  Couple  SIB.  The  remaining 
couples  were  caUbrated  at  only  three  points  to  see  whether  any  changes 
in  calibration  bad  taken  place  due  to  changes  in  the  wire  or  method 
of  fusion.     The  results  are  shown  in  Table  2  and  Figs.  5,  6,  and  7. 

As  shown  in  Fig.  2,  tbe  constantan  wires  E  and  D  and  tbe  uncalorised 
wire  B  have  oxidized  badly.  The  calorized  wires  A  from  tbe  Brown 
Instrument  Co.  (couple  d2B)  and  C  from  tbe  General  Electric  Co. 
(couple  10j5)  have  not  oxidized  to  any  extent  upon  being  given  three 
calibrations  and  two  heat  treatments.    Tbe  wire  C  with  the  thin  coating 
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Table  2. — Comparisons  of  Calibrationa  0/  Colorized  and  Uncahrized 
Iron-Constantan  Couples 
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MUUvolta 
14.2 

OaEr««C. 

MOUtoIU 

s 

301 

14.8 

358 

17.4 

400 

20.9 

468 

23.7 

463 

23.2 

6 

530 

28.1 

668 

30.0 

553 

29.1 

700 

42.1 

816 

46.2 

738 

40.3 

s 

795 

44.0 

910 

51.1 

850 

47.5 

i 

880 

49.5 

980 

66.5 

029 

62.4 

950 

53,8 

965 

54,6 

375 

17.9 

374 

19.8 

371 

19.0 

". 

608 

26.3 

466 

26.0 

600 

26.6 

605 

32.3 

672 

31.1 

609 

32.8 

* 

705 

38.6 

680 

37.5 

742 

41.3 

811 

45.5 

769 

43.0 

823 

46.0 

g 

874 

49.3 

834 

47.4 

906 

61.6 

^ 

973 

55.5 

912 
973 

62.4 
65.9 

977 

56.8 

279 

13.9 

333 

16.8 

320 

16.0 

s 

529 

29.3 

439 

22.8 

436 

22.6 

n 

625 

36.5 

661 

29.9 

537 

28.0 

i 

711 

41.2 

6S0 

35.0 

627 

33.2 

818 

47.2 

780 

43.3 

711 

37.6 

"s. 

887 

51.7 

847 

47.4 

812 

44.9 

l3 

965 

66.2 

910 

51.4 

900 

50.4 

990 

56.2 

1016 

57.3 

Table  3. — Calibratiom  of  Couples  IOC,  32C,  8IC. 


No.  I 

OC 

D*Cr«MC. 

32C 

No 

aic 

DifrewC. 

MUlivolM 

MllliTolU 

D«gi.MC. 

MilliTolK 

406        1 

720 

927 

20.4 
39.1 
52.0 

408 
735 
949 

21.8 
38.6 
62.9 

486 
702 
948 

24.9 
37.2 
53.6 

was  in  better  shape  than  the  wire  A  with  the  thick  coating,  which  flaked 
0?  and  developed  oxidized  spots.  Comparison  of  Figs.  S  and  6  ehows 
that  calorized  iron  gives  the  same  electromotive  force  against  constantan 
33  the  uncalorized  iron  and  that  both  couples  are  about  equally  constant. 
Couple  No.  32£  did  not  give  such  good  results  as  Nos.  lOB  and  SIB. 
The  first  calibration  of  No.  32fi  shows  a  higher  electromotive  force  for  a 
given  temperature  than  the  other  couples,  but  after  the  heat  treatment 
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at  800°  C,  couple  No.  32B  gave  a  calibration  that  checked  very  well  with 
them.  This  discrepancy  is  probably  due  to  insufficient  annealing  at 
the  beginning. 

DISCUSSION 

T.  R.  Hahribon,  Waahii^ton,  D.  C.  (written  discussion*'). — Mr. 
Kowalke  shows  that  a  high-resiBtance  millivoltmeter  is  subject  to  smaller 
errors,  due  to  change  in  resistance  of  the  thermocouple  to  which  it  is 
attached,  than  is  a  low-reaistance  instrument.  He  uses  as  examples 
instruments  having  resistaDcea  of  30  and  2  ohms,  respectively.  At  the 
Bureau  of  Standards,  resistances  above  300  ohms  would  be  considered 
high  and  30  ohms  rather  low. 

In  the  tests  on  calorized-u'on  thermocouples,  a  difference  between 
the  first  and  third  calibrations  of  the  couples  serves  to  show  changes 
due  to  the  intermediate  heat  treatment  and  only  under  certain  conditions 
would  changes  in  calibrations  due  to  changes  in  the  wire  be  detected  by 
a  recalibration  after  lyi  in.  had  been  out  from  the  hot-junction  end  of  the 
couple  and  the  ends  rewelded. 

The  calibration  of  a  couple  depends  only  on  the  thermoelectric  prop- 
erties of  that  part  of  the  couple  which  lies  within  the  region  of  non- 
uniform temperature,  i.e.,  the  temperature  gradient;  hence,  so  long  as  the 
temperature  gradient  falls  along  wues  of  similar  thermoelectric  properties 
no  change  in  the  electromotive  force  is  produced  by  altering  the  metals  of 
those  parts  of  the  circuit  that  are  at  uniform  temperature.  Usually  at 
the  cold-junction  end  of  the  circuit,  copper  leads,  brass  binding  posts, 
manganin  resistance  coils,  and  various  other  materials  form  part  of  the 
circuit,  but  eo  long  as  all  are  at  a  uniform  temperature  (or  if  for  each 
junction  between  unlike  metals  there  is  a  similar  opposing  junction 
at  the  same  temperature)  no  resultant  thermoelectromotive  force  will 
be  produced  thereby.  Likewise,  if  a  length  of  several  inches  at  the  hot- 
junction  end  of  the  couple  is  at  uniform  temperature,  it  matters  not  if  this 
section  is  unlike  other  parts  of  the  couple,  so  long  aa  there  is  good  metallic 
connection  and  no  source  of  e.m.f.  other  than  thermoelectric  is  present. 
Cutting  off  part  of  the  hot  end  of  the  couple  within  such  a  region  of  uni- 
form temperature  would  not  alter  the  e.m.f.  of  the  couple. 

Changes  in  a  couple  originally  homogeneous  may  be  detected  by 
making  one  calibration  with  the  temperature  gradient  along  a  section 
of  the  couple  that  has  been  subjected  to  furnace  conditions  and  another 
with  the  gradient  along  a  section  that  has  not  been  exposed  to  deteriorat- 
ing conditions.  The  latter  should  be  the  same  as  the  original  calibration. 
If  the  alteration  had  taken  place  while  the  couple  was  in  use  at  a  given 
depth  of  immersion,  a  calibration  in  this  position  would  be  intermediate 
between  cahbrations  made  as  above,  since  only  part  of  the  wires  within 
the  temperature'  gradient  would  have  undergone  the  okaximum  change. 
•  Received  Sept.  25,  I9I9. 
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MEASURING   TEMPERATURES   WITH   THERHOCOUPLES 


Tables  and  Curres  for  Use  in  Measuring  Temperatures  with 
Thermocouples 


BY    LEASOK    R.    ADAUB,*   B. 

CCbkiBco  Mtattaa.  Saptwnbv.'IBIB} 

The  thermocouple  ae  a  device  for  the  measurement  of  temperature 
is  rivaled  only  by  the  platiQum-reeistance  thermometer.  Both  instru- 
ments are  capable  of  the  highest  precision,  but  the  thermocouple,  on 
account  of  Its  cheapness,  ease  of  construction,  and  small  cross-section, 
is  finding  a  continually  widening  field  of  usefulness  for  industrial  control 
as  well  as  for  laboratory  measurements.  Formerly,  the  thermocouple 
was  subject  to  two  disadvantages ;  errors  due  to  lack  of  homogeneity  of 
the  metal  and  the  labor  involved  in  the  interpolation  between  fixed 
points  CD  the  temperature  scale.  Former  pubhcations  from  the  Geo- 
physical Laboratory  have  described  the  methods^  for  theselection  and  test- 
ing of  thermocouple  wire  and  have  presented  standard  calibration  curves* 
for  platinum-platinrhodium  and  copper-conatantan  couples,  so  that  the 
most  important  objections  to  the  thermocouple  asa  precision  thermometer 
have  been  removed. 

The  cahbration  tables  published  in  1914  covered  the  range  0-1756° 
for  the  platinum-platinrhodium  couple  and  0-350°  for  copper-constantan.- 
It  has  Be«med  desirable  to  extend  the  table  for  copper-constantan  to 
—  200",  and  also  to  include  a  table  for  the  Hoskins  thermocouple. 
Accordingly,  in  this  paper,  the  new  tables  are  presented,  together 
with  a  brief  explanation  of  their  use;  and,  finally,  certain  diagrams  and 
a  paragraph  on  "cold-junction  corrections"  are  given. 

Standard  Calibration  Tables. — In  Fig.  1,  which  illustrates  how  the 
electromotive  force  (e.m.f.)  of  each  of  the  three  couples  varies  with  the 
temperature,  the  temperatures  of  one  junction  are  plotted  as  abscissas 
and  the  corresponding  thermo-e.m'.f.'a  as  ordinates.  The  second  junction 
of  the  couple  is  supposed  to  be  at  0°;  the  curves,  therefore,  pass  through 
the  origin,  and  the  e.m.f.  changes  sign  at  this  point.  The  extent  of  the 
solid  part  of  each  line  indicates  the  useful  range  (so  far  as  known)  of  the 

*  Physical  Chemist,  Geophysical  Laboratory,  Carnegie  Institution  of  Washington. 
1  W.  P.  WUte:  Phyt.  fiec.  (1906)  M,  449;  Amer.  Jnl.  Set.  1*1  (1009)  38,  474;  Jni. 

Am.  Chem.  Soc.  (1914)  98,  2292;  P.  D.  Foote,  T.  R.  Harrison  and  C.  O.  Fairehild: 
Met.  ±  Chem.  EngTig.  (1918)  IB,  343,  403. 

*  R.  B.  Soeman:  Amer.  Jnl.  Set.  [4]  (1910)  80,  7;  L.  H.  Adatns  and  J.  Johnston: 
Ibid.  [4]  (1912)  SS,  534; L.  H.  Adams:  JtU.  Wash.  Aood.  (1913)  8, 469; /nl.  Am.  Chem. 
Soc.(19I4)3«,65. 
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particular  couple,  while  the  dotted  parts  of  the  hues  represent  thee.m.f.'s 
in  the  region  of  temperature  where  the  couples  deteriorate  rapidly  or 
where  the  temperature-e.mi.  relation  is  imperfectly  known.  The  sensi- 
tivity of  the  couples  at  various  temperatures  is  exhibited  by  the  curves  in 
Fig.  2.  Here,  again,  temperature  is  plotted  as  abscissas,  while  the 
ordinates  represent  the  sensitivity  of  the  respective  couples  dE/dT;  or, 
what  is  practically  the  same  thing,  the  number  of  microvolts  for  1° 
change  in  temperature.* 


Table  1. —Fixed  Points  for  Use  in  Thermometry 

tion 

iXc. 

Tr.,g^orm^ 

T.mp.«. 

O^C" 

bdliDg  point 
melting  p^t 
boiling  point 
molting  point 
mdtlnt  point 
b<dBng  point 
bdling  point 
melting  point 
boiling  point 
mdting  point 
melting  point 

-182.98 

-na.o 

-38,88 
0.00 

231,9 

8ao.» 

Sulfur 

boUing  point 
melting  point 
melting  point 
melting  pttot 
melting  pobt 
melting  point 
melting  print 
melting  print 
melting  print 
melting  print 
melting  print 

«4M 

The  most  important  fixed  points*  for  use  in  thermometry  are  given  in 
Table  1.  The  temperatures  given  are  in  degrees  centigrade  on  the  thermo- 
dynamic scale.  The  boiling  points  are  for  760  mm,  pressure;  for  other 
pressures  p,  the  corresponding  temperatures  T  may  be  obtained  with 
sufficient  accuracy  for  small  dilTerences  of  pressure,  by  use  of  the  correc- 
tion factor  A  in  the  formula  T  =  T„  +  A  (p-760).  The  values  of  A  are 
as  follows: 


Oxygen 0.013 

Carbon  dioxide 0.0:6 

Water 0,037 


ScnurTAHoi  CoBaEonoH 

Factob.  a 

Naphthalene 0.057 

Beniophenone 0,063 

Sulfur 0.092 


Platinum-phtinrhodium  Coupled — Table  2  is  the  same  as  the  one 
published  previously,*  and  is  reproduced  here  without  change. 


'dE/dT  is  sometimes  called  the  tbermoelectric  power. 

*Ia  this  connection- see  A.  L.  Day  and  B.  B.  Seaman:  Amtr.  Jnl.  Sci.  [4]  (1910) 
»,  93;  (1912)  SS,  517;  F.  Henning:  Ann.  Phys.  (1913)  43,  294;  Wilbelm:  U.  S. 
Bureau  ot  Standards  Set.  Paper  No.  294. 

'One  wire  is  of  pure  platinum,  the  other  is  90  per  cent,  platinum,  10  per  cent, 
thodium. 

*LB.Ad»mB:  J^nl.  Am  Chem.  Soc.  (1914)  U,  65. 
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-  Table  2.~Valuea  far  Ptati 


0 

lOM 

2000 

3000 

4000         i 

1         0 

U7.1 

26A.4 

374  S 

4TB.  1           1 

B7S.3 

!•• 

13.000                14,000 

18X100               18.000       1        17.000 

"^ 

0 

'100 
200 

400 

soo 

600 
TOO 
SOO 
900 

1000 

12S».3 

Z> 

13M.S 

Z'.'-'' 

1372.4 

1372.4 
1380.7 
13S9.0 
1307.3 
1406.8 

1430.2 
1438.4 

1446.6 
1454.8 

1454 
14S3 
1471 
.479 
1487 

1612 

1537 

'   1545.8  * 

■   1582,4 
1   1670.8 
1  1579.1 
j  1587.  G 
:   1695.8 

1612.5 

1620.9 

'  1829.2  ' 

1645.0 

1  1662,8 

1678.3 

'   1887. 

'  1096.0 

■*  !   1704.3  " 

1704.3 
1712.8 

1721.0 
1729.3 

1746.0 
17B4.8 

The  values  of  e.m.f.  as  given  lie  very  close  to  the  mean  of  the  three 
couples  E,  F,  and  G  used  as  standards  by  Day  and  Sosman  in  fixing  the 
high-temperature  scale.  In  this,  as  in  the  two  succeeding  tables,  tem- 
peraturea  (on  the  thermodynamic  scale)  and  temperature  differences  are 
given  for  each  100  microvolts.  The  last  digit  in  the  temperature  values 
in  each  table  is  given  for  purposes  of  interpolation  and  for  estimating 
small  temperature  differences. 

Copper-constantan  Couple. — Table  3  gives  the  temperature  and  tem- 
perature difference  for  the  copper-constantan  thermocouple. 

The  curve  as  given  represents  about  the  mean  e.m.f.'s  of  con- 
stantan^  wire  from  various  makers.  The  part  of  the  table  lying 
between  0  and  350°  is  the  same  as  that  previously  published,*  and 


'  Constantan  (known  aiso  by  various  trade  names  such  as  "Advance,"  "Ideal,'' 
"lAIA,"  and  BO  forth)  containa  about  80  per  cent,  copper  and  40  per  cent,  nickel. 
■  L.  H.  Adams:  loc.  cU. 
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num-PUUinrkodtum  Couple* 


SOOD            1         TOOO         1         8000 

MOO 

10 

000               11.000 

13.000 

S7S 
<184 
DM 

T13 
733 
TS3 
741 
7S0 
760 
789 

TS0 

788 

80S 

834 

843 
862 

0 

861 
879 

8se 

807 
006 
SIB 

fias 

033 
000 

■H 

060.4 

a 

678.7 

1003. S 

g 

Z','' 

1037.3 

1037 
1054 

loes 

lOTl 
lOTS 

loss 

1106 
1123 

1133.3 
1130.0 
1I8B.0 
IUT.4 
IIM.S 
11M.3 
1173.5 

1180.2 
1107.6 
1206.B 

1206.9 

1214.2 

1222.6 

1230.0 

1280.8     ■ 

1247.6 

1288.9 

1264.3 

1272.6 

1281.0 '"* 

1280.3 

*  Standard  calSiTation  curve  for  Pt-Ft-Rh  (10  per  cent.  Rh)  thennoeouple,  giving 
the  temperature  and  temperature  -difCerenou  for  every  100  microvolts.  Fixed 
iuDCtion  is  at  0°.  For  use  in  conjunction  with  a  deviation  curve  determined  hj  cali- 
bration of  the  particular  couple  at  some  of  the  following  fixed  points: 


■>^™|"sr 

■>^  ■».- 

100.00 
217.98 

306,9 
320.9 

444.68 
630.0 
668.7 

■  M3 

960.2 

9  111 

( 

6S6 

706 
366 

603 

673 
830 
827 

Oold.  DUltlQi  point 

Coppo-,  nxdtiDs  iK^t 

1,062 
1.0S3 

UOI 
1.391 

l!649 
1,766 

S 

8 

6 

10.2M 

DIapnda.  msltina  pinnt 

14.230 

PUUDum,  mtltina  poiot 

Anttiwiir,  miltlna  point 

10,608 

waB  calculated  from  the  equation :£  =  74.6727  -  13892(1  -c-o,oo»ir)_ 
The  values  above  350°  were  calculated  from  the  same  formula  and  are 
DOW  added  to  the  table,  for  the  convenience  of  those  who  wish  to  use  the 
copper-constantan  couple  for  roi^h  measurements  at  the  higher  tem- 
peratures. It  should  be  remembered,  however,  that  this  couple,  unless 
made  of  heavy  wire,  deteriorates  rapidly  at  temperatures  above  300°. 
The  remainder  of  the  table'  was  calculated  from  the  equation:  E  = 
92.20r  -  29770  (1  -  c" »  «ii»t)_ 

The  fixed  points  used  were  the  boiling  points  of  oxygen  and  carbon 
dioxide,  and  the  mercury  melting  point.  Between  —  183°  and  —  220'°, 
the  figures  in  the  table  were  obtained  by  extrapolation,  but  since  there  is 
no  reason  for  suspecting  a  sudden  change  in  the  slope  of  the  curve  in 
this  region,  the  extrapolation  is  not  violent.    The  copper-constantan 


>  For  temperatures  below  0',  interpolations  between  widely  separated  fixed  points 
eannot  be  carried  out  with  the  same  confidence  as  for  higher  temperatures. 
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Table  3. — Temperaturea  and  TemperMvre 
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'Standard  calibration  curve  for  oopper-constantan  thermocouple  giving  the  tem- 
perature and  temperature  diCerencefl  for  every  100  microvolts.  Fixed  junction  a 
at  0°.  For  use  in  conjunction  with  a  deviation  curve  determined  by  calibration  of 
the  particular  couple  at  some  of  the  following  fixed  points: 
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Differmeea  for  Coppar-conttantan  Thermocouple* 
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thermocouple  ia  probably  suitable  for  measuring  temperatures  as  low  as 
20°  absolute  (—  25S*C.),provided,  of  course,  that  an  adequate  calibration 
can  be  obtained." 

Hotkina  Couple." — Table  4  as  given  represents  very  closely  the  obser- 
vations  for  a  sample  of  wire  drawn  down  to  No.  20  B.  &  8.  (0.032  in.  or 
0.81  nun.)  and  then  annealed  by  heating  electrically  to  600°  for  a  few 
seconds. 


"See  K.  Onnes:  Verriotf.  Akad.  Wet«tuckappen  (1914)  23,  703. 

"  Of  tbe  two  wine  of  this  couple,  oae  called  "chromel"  contains  10  per  cent 
chromiimi  and  90  per  cent,  bickel,  while  "alumel,"  the  otber  wire,  contains  2  per  cent 
aluminum  and  98  per  cent,  nickel. 
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Table  4. — Temperaiurea  and  Temperature  Differences  for  Chromel- 
alumel  Thermocouple' 
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the  temperature  and  temperature  difFerenoee  for  every  0.5  millivolt.  Fixed  jimction 
is  at  0*.  For  use  in  conjunction  with  a  deviation  curve  deteimined  by  eaUbiation 
of  the  particular  couple  at  some  of  the  following  fixed  points: 
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The  curve  of  e.m.f.  at  temperstures  above  100°  C.  is  bo  nearly  a 
straight  line  that  a  table  represeDting  the  calibratioD  data  was  readily 
constructed  by  an  adjufitmentof  diSerences.  The  remainder  of  the  table 
was  calculated  from  the  equation:  E  =  SS-SOT"  -  3466  (1  -  e-ooo«»^. 
Although  the  values  extend  beyond  1200°,  only  couples  with  wires  aeveral 
millimeters  in  diameter  will  last  very  long  at  temperatures  above  1000°; 
and  even  at  somewhat  lower  temperatures  the  e.m.f.  of  the  couples 
decreases  markedly  with  use.  The  only  remedy  is  frequent  recalibra- 
tioD.  It  is  evident  from  the  table  (and  also  by  inspection  of  Fig.  2),  that 
at  low  temperatiu^B  the  Hoskins  couple  is  sUghtly  more  sensitive  than 
the  copper-constantan,  while  at  ordinary  temperatures  dE/dT  is  almost 
exactly  the  same  for  the  two  couples. 
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AB    DBTKBIUNKD   BIT    CAUBBATION    OF    THR    PABTICnLAB    ELEMENT    AT   THBEE    POINTS. 

Tbi  OBBBavBp  E.M.F.  MiNira  the  e.m.f.  according   to  the  standard  table  ib 

PLOTTED  AOAINSTTHH  OBSERVED  E.M.F. 

Deviation  Curves. — Standard  tables  such  as  these  have  no  absolute 
mgnificance;  they  are  merely  arbitrary  reference  curves  that,  although 
representing  fairly  well  the  temperature  e.m.f.  functions  for  certain 
couples,  are  intended  for  use  with  an  appropriate  deviation  curve.  An 
explanation  of  this  method  of  procedure  has  already  been  given  by 
Seaman"  and  by  Adams."  The  correction  curve  is  determined  for 
each  element  by  calibration  at  several  of  the  fixed  pointa — preferably  three 
or  more — given  in  Table  1 ;  whence  it  is  simply  constructed  by  plotting 


■'  R.  B.  Sosman :  Amer.  Jnl.  Sei.,  toe.  cit. 
"L.H.  Adams:  Jnl.  Amer.  Chem.Soo.,Iae.cil, 
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A£  OB  ordinate  (AE  —  E  observed  minus  £^  standard)  t^iainst  Ea,.  aa 
abscissa,  and  joining  up  the  various  points.  Then  in  order  to  obtain 
the  temperatures  corresponding  to  the  electromotive  force  indicated 
by  the  element,  the  appropriate  value  of  AE  (as  obtained  from  its 
deviation  curve  by  inspection)  is  subtracted  algebraically  from  the  ob- 
served value  of  E  before  the  latter  is  converted  into  degrees  by  means 
of  the  table.  It  is  obvious  that  the  required  accuracy  is  secured  by 
plotting  the  deviation  curve  on  a  small  scale;  a  sheet  of  cofirdinate  paper 
20  by  20  cm,  is  ample.  There  need  be  no  apprehension  of  error  in  the 
use  of  this  method  even  with  deviations  of  as  much  as  several  hundred 
microvolts;  especially  if  sufficient  cahbration  points  are  taken  within  the 
specific  temperature  range,  and  if  the  deviation  curve  so  obtained  d€>es 
not  depart  too  far  from  a  straight  hne. 

To  illustrate  by  an  actual  case :  a  copper-constantan  couple  gave  at 
100°,  217.95°,  and  305.9°  e.m.f.  readings  of  4280,  10,262,  and  10,529 
microvolts  respectively.  The  values  of  AE  are  therefore  4,  14,  and  26 
microvolts;  and  when  plotted  against  the  corresponding  values  of  Eau., 
yield  the  deviation  curve  shown  in  Fig.  3.  Now,  suppose  that  at  a 
certain  temperature  the  couple  reads  9112  microvolts.  The  problem 
is  to  find  the  temperature  corresponding  to  this  e.m.f.  Keferring  to  the 
figure,  we  find  that  the  deviation  at  9112  microvolts  is  12.  Subtracting 
12  from  9112  gives  9100  microvolts  as  the  "standard"  e.m.f.,  and  from 
Table  3  it  is  seen  at  once  that  the  standard  e.m.f.  of  9100  corresponda 
to  196.51°,  which  is  the  required  temperature.  Thermocouples  are  often 
connected  to  instruments  provided  with  scales  graduated  in  degrees. 
For  such  cases,  these  standard  tables  are  of  little  use  except  in  so  far  aa 
they  may  prove  useful  in  the  construction  of  the  scales. 

Fixed-juncHon  Correction. — Thermocouples  have  (effectively)  two 
junctions.  The  "business  end"  of  the  couple  is  usually  called  the  hot 
jimction,  and  the  other  end  the  cold  junction.  This  terminolt^y  becomes 
confusing  when  a  couple  is  used  for  the  measurement  of  low  temperatures, 
for  then  the  cold  junction,  although  still  in  an  ice  bath,  for  example,  is 
relatively  warm  compared  with  the  hot  junction,  which  may  be  immersed 
in  liquid  air.  It  would  seem  more  reasonable  to  call  the  two  ends  of  the 
thermocouple  the  fixed  junction  and  the  variable  junction.  It  may  be 
claimed  that  the  fixed  junction  may  vary  and  that  the  variable  junctioD 
may  be  temporarily  fixed,  but  it  would  seem  that  after  all  it  is  an  im- 
portant privilege  of  the  variable  junction  to  vary,  and  it  is  the  duty  of  the 
fixed  junction  to  stay  more  or  less  fixed,  and  that  there  is  no  serious  danger 
of  confusing  the  two  ends  of  a  couple  if  they  are  so  named. 

The  calibration  tables  are  made  up  on  the  assumption  that  the  fixed 
junction  is  maintained  at  0°  C,  which  in  the  long  run  is  the  most  con- 
venient and  satisfactory  procedure.  The  standard  method  now  is  to 
use  a  vacuum-jacketed  flask  filled  with  ice  into  which  is  inserted  the 
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thermocouple  junction  protected  by  a  glass  tube  closed  at  one  end  and 
partly  filled  with  kerosene.  If  it  is  not  feasible  to  have  the  fixed  junction 
at  0°,  a  fixed-junction  correction  must  be  applied.  This  correction,  in 
general,  is  not  equal  to  the  temperature  of  the  fixed  jtmction  and  depends 
on  both  the  temperature  T,  of  the  fixed  junction  and  the  temperature  T 
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PBBATUSK  OF  FCOBD  JUNCnOK. 

of  the  variable  junction.    It  may  be  applied  by  any  one  of  the  following 
three  methods." 

The  e.m.f."  correBponding  to  7*,  may  be  added"  directly  to  the  e.m.f. 
£r-r<.  and  the  resultant  e.m.f.  Et,  converted  into  degrees  by  means  of 
the  proper  table  (Tables  2,  3,  or  4).  Thus  if  a  platinum-platinrhodium 
couple  gives  a  reading  of  eOOOfif  (microvolts),  To  beii^  50°,  the  value  of 
£r.,  accordii^  to  Table  2,  is  298/h;,  which  added  to  6000  gives  6298  as 


"C.  OfferhAUfi  and  E.  H.  Fischer:  £iedrocA«ni.  &  Met.  Tnd.  (1908)  e,  362; 
P.D.  Foote:  U.S.  Bureau  of  Standards  Suti.  9  (1913)  663. 

"  Which  msy  be  determined  from  Table  2,  3,  or  4,  in  oonjunetion,  when  neceasary, 
withtheproperdeviationcurve,  which  for  the  Bake  of  Bimplicity,  ve  may  assume  does 
not  deviate  from  the  standard  curve. 

"  With  a  direot-reading  instrument  this  may  be  aecompli^ed  mechanically  by 
changiiig  the  lero  of  the  inatrument  so  that  when  short-circuited  it  indicates  the  Gxed- 
innction  temperature. 
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the  value  of  Er,  which  by  referring  to  the  table  corresponds  toT  =  703.6". 
This  method  of  correction  is  mathematically  exact. 

By  another  method,  whicti  may  be  more  convenient  for  direct-reading 
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instruments,  the  correction  is  obtained  by  multiplying  the  fixed-junction 
temperature  by  the  factor  /  =  (dE/dT),/  (dE/dT) ;  i.e.,  the  ratio  of  the 
slope  of  the  ET  curve  at  T  to  the  mean  slope  from  0  to  T..    In  other 
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words,  the  true  temperature  T  may  be  obtained  from  the  expression: 
T  —  I"+  /To,  I"  being  the  uncorrected  temperature.  The  slopes  of  the 
ET  curves  may  be  obtained  by  taking  the  reciprocals  of  the  numbers 
appearing  in  the  difference  columns  of  Tables  2, 3,  and4.    Taking  thesame 
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example  as  given  above  under  (1),  the  apparent  temperature  I"  ie  675.3° 
(Table  2).    Aflsuming  that  T  will  be  about  700°,  (dE/dT)  -  ^^^  = 

10.53m»  per  degree  and  (dE/dT),  =  _  -„__  =    5.96;  /  is,    therefore, 

5.96/10.53  =  0.566.  Then  the  correction  ia  0.566  X  50  =  28.3°,  which 
added  to  675.3°  gives  703.6°  as  the  true  temperature.  This  method 
yielda  results  that  ordinarily  are  correct  to  within  a  few  tenths  of  a 
degree. 

The  third  method  for  fixed-junction  correction  is  a  graphical  one.  By 
means  of  the  curves  shown  in  Figs.  4,  5,  and  6,  the  correction  may  be 
'  determined  by  inspection.  In  these  diagrams  the  corrections  to  be 
added  to  the  uncorrected  temperatures  are  plotted  as  ordinates  and  the 
fixed-junction  temperatures  as  abscissas.  In  each  of  the  three  figures, 
curves  are  drawn  for  several  temperatures  (uncorrected)  of  the  variable 
junction.  As  an  example  of  the  use  of  these  curves,  suppose  that  the 
apparent  readii^  of  a  copper-constantan  couple  is  250°  and  that  the 
fixed-junction  temperature  is  30°.  Interpolating  between  the  curves 
for  200°  and  300°  in  Fig.  5  shows  that  the  correction  is  21°.  The  true 
temperature  is  therefore  250-1-21  =  271°. 

Summary  and  Conduding  Remarks. — Three  kinds  of  thermocouples 
are  extensively  used  for  measuring  temperatures. 

1.  The  platinum-platinrhodium  couple  is  the  standard  for  laboratory 
measurements  between  300°  and  1700°,  and  when  property  protected  it 
has  been  successfully  employed  for  commercial  work.  It  is  usually 
free  from  noticeable  inhomogeneities  and  withstands  loi^  exposure  to 
high  temperatures  without  serious  deterioration;  but  it  is  subject  to  the 
disadvantages  of  relatively  tow  sensitivity  and  of  high  initial  cost. 

2.  Copper-constantan  forms  the  most  satisfactory  combination  for 
use  over  the  range  from  300°  to  minus  200°  and  below.  It  is  inexpensive, 
several  times  more  sensitive  than  platinum-platinrhodium,  and  both 
metab  are  readily  obtainable  in  a  fairly  homogeneous  state  and  in  the 
form  of  wires  of  convenient  sizes.  Upon  exposure  in  air  to  temperatures 
above  300°,  both  the  copper  and  the  constantan  gradually  oxidize  and  the 
e.m.f .  of  the  couple  falls  off;  finally,  the  wires  become  brittle  and  fall  to ' 
pieces. 

3.  The  Hoskins  couple  (chromel-alumel)  is  an  important  one  for 
industrial  installations.  Of  all  the  base-metal  couples  it  is  the  most 
resistant  to  oxidation,  but  at  temperatures  above  a  red  heat  it  deterio- 
rates more  and  more  rapidly  as  the  temperature  is  increased,  so  that  its 
limit  of  usefulness  does  not  extend  beyond  1000°,  except  for  very  heavy 
wires  which  may  last  a  short  time  at  temperatures  as  high  as  1200° 
or  1300°. 

The  only  reliable  method  for  interpreting  the  e.m.f .  of  a  thermocouple 
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in  terms  of  temperature  requires  a  calibration  at  certain  fixed  points  on 
the  temperattire  scale.  For  interpolation^between  these  fixed  points,  much 
time  and  labor  can  be  saved  by  the  tue  of  a  standard  table  in  conjunction 
with  a  deviation  curve  determined  for  the  particular  couple  by  calibra- 
tion at  several  (preferably  three  or  more)  temperatures.  In  this  paper 
such  tables  are  presented  for  platiQum-platinrhodium  from  0°  to  1750°,  for 
copper-constantan  between  miniis  200°  and  plus  400°,  and  cbromet-alumel 
(Hoskins)  from  minus  200°  to  plus  1200°.  These  tables  are  merely  arbi- 
trary reference  curves  that  give  temperatures  corresponding  to  a  series  of 
true  e.in.f.'B,  i.e.,  e.m.f.'s  as  read  by  a  potentiometer  or  other  compensating 
device  using  a  galvanometer  as  a  null-instrument,'^  and  are  to  be  used 
only  in  conjunction  with  an  appropriate  deviation  curve. 

"  Such  infitniments  are  much  more  reliable  than  the  ordinary  mill i voltmeter  with 
either  a  temperature  ormillivolt  scale. 
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It  is  well  known  that  most  of  the  materials  entering  into  the  manu- 
facture of  thermocouples  are  subject  to  variations  in  their  thermodectric 
characteristics,  the  chief  causes  of  which  are:  differences  in  chemical 
composition;  the  previous  history,  which  includes  mechanical  working, 
aging,  oxidatioD,  and  coDtamination ;  and  mode  of  use,  such  as  depth  of 
immersion,  etc. 

In  the  cose  of  a  very  extensively  used  thermoelement,  the  iron-con- 
stantan  couple,  neither  iron  nor  constantan  is  absolutely  uniform,  and 
a  number  of  checks  are  made  during  the  process  of  manufacture.  As 
both  are  subject  to  diversion  from  a  standard  value,  neither  can  be  used 
for  checking  the  other.  It  is,  therefore,  necessary  to  find  a  third  metal 
against  which  iron  and  constantan  may  be  checked.  It  was  to  find  such 
a  metal,  that  the  present  investigation  was  undertaken. 

To  be  a  reliable  checking  standard,  the  metal  must  possess  a  fairly 
high  melting  point,  it  must  be  obtainable  in  sufficient  purity,  and  it 
must  be  uniform  and  constant  with  respect  to  its  thermoelectric  quahties. 
The  choice  is,  as  a  result,  limited  to  a  few  metals,  such  &B  copper,  gold, 
and  silver. 

Copper  has  the  advantage  of  low  cost,  which  makes  it  possible  to  use 
each  wire  only  once  and  thus  avoid  any  variations  due  to  continued  use, 
although  previous  investigators  have  found*  that  continued  use  does  not 
affect  the  calibration  of  a  copper-constantan  thermocouple.  Copper 
also  has  the  advantage  of  a  laige  thermal  electromotive  force  against 
constantan  and  would  be  desirable  as  a  checking  standard  if  it  could  be 
shown  that  it  possessed  the  proper  thermoelectric  characteristics.  The 
investigation,  accordingly,  resolved  itself  into  three  phases:  the  uni-  , 
formityof  commercial  electrolytic  copper,  the  effect  of  aging  and  method 
tA  annealing,  and  the  cahbration  of  the  copper-constantan  thermocouple. 

Before  describing  the  experiment,  it  may  be  well  to  mention  that  all 
possible  precautions  were  taken  to  reduce  the  errors  of  observation  to  a 
minimum.  The  apparatus  used  consisted  of  a  hand-regulated  vertical 
electric  furnace,  a  Leeds  &  Northrup  Type  K  potentiometer,  a  moving- 
coil  galvanometer  of  h^  microvolt  sensitivity,  and  a  multiple  switch, 
which  made  it  possible  to  check  simultaneously  several  pieces  of  copper 
against  one  piece  of  constantan.  Readings  were  taken  only  after  the 
furnace  was  steady  for  at  least  10  min.  and  only  those  readings  recorded 
that  did  not  change  after  three  consecutive  trials.    The  cold  junction 

'Reseueh  Engineer,  Leeds  A:  Nortbnip  Co.  (^oi'^nli"' 
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was  maintained  at  0°  C.  by  means  of  a  bath  especially  couatnicted  for  the 
purpose. 

In  order  to  avoid  using  the  same  constantan  wire  all  the  time,  several 
wires  were  cut  from  the  same  coil  and  checked  against  the  aaone  pieoe  of 
copper  wire  at  a  temperature  of  about  1400°  F.  (760°  C).  As  no  appreci- 
able difference  in  the  resulting  electromotive  force  could  be  found,  these 
wires  were  arbitrarily  chosen  as  "standard  constantan  "  and  later  used  in 
the  course  of  the  investigation  as  such. 

The  question  of  uniformity  of  commercial  copper  wire  involved  the 
testing  of  many  samples  coming  from  widely  different  sources.  Some 
were  obtained  from  the  storerooms  of  the  Leeds  &  Northrup  Co.,  others 
came  from  various  makers  of  copper  wire,  still  others  were  drawn  into 
wire  froin  different  pieces  of  copper  scrap.  Wires  from  fifteen  sourceB, 
all  previously  annealed,  were  tested  under  exactly  the  same  conditions 
at  1300°  F.  (704°  C.)  against  the  "standard  constantan  "mentioned.  No 
differences  in  the  electromotive  forces  greater  than  that  equivalent  to 
0.5°  F.  (0.28°  C.)  were  observed. 

.  The  study  of  the  effect  of  aging  presented  some  difSculty,  as  wire 
known  to  be  very  old  could  not  be  obtained.  Artificial  aging  at  higher 
than  room  temperatures  caused  no  changes,  and  it  seems  to  be  safe  to 
conclude  that  the  same  is  true  for  gradual  aging  at  room  temperatures. 
In  any  event,  wire  that  was  known  to  have  been  received  from  the  maker 
over  a  year  before  testing  gave  the  same  e.m.f .  as  new  wire.  The  ques- 
tion, however,  is  being  left  open  and  the  affect  of  aging  will  be  studied 
at  greater  length  when  wire  that  has  been  put  away  for  the  purpose  is 
tested  some  time  in  the  future. 

In  order  to  determine  whether  the  method  of  cooling  after  annealing 
had  any  effect  on  the  thermal  e.m.f.  of  copper,  three  samples  were  heated 
to  1500°  F.  (816°  C.)  and  allowed  to  cool  in  various  ways.  One  was 
plunged  directly  into  cold  water,  another  was  permitted  to  cool  in  air  at 
room  temperature,  and  the  third  was  cooled  over  night  in  the  electric 
furnace.  There  resulted  no  appreciable  variation  in  the  thermal  e.m.f. 
of  the  three  wires. 

The  foregoing  investigation  seems  to  fully  warrant  the  conclusion 
that  copper  is  an  ideal  standard  for  checking  constantan  and  other  base- 
metal  thermoelements,  as  it  can  be  easily  obtained  in  the  electrolytic 
form,  which  appears  to  have  the  same  thermoelectric  properties  regardless 
of  its  origin. 

It  is  stated  by  a  number  of  authorities  that  copper  is  not  suitable  for 
pyromctric  piu^icraes  at  even  moderately  high  temperatures.  Dr.  Burg- 
ess would  limit  its  use  to  600°  C,  while  Dr.  Griffith  maintains  thatSOO"  C. 
is  the  limit  for  copper.  This  in  no  way  contradicts  our  conclusions, 
since  the  limits  suggested  refer  only  to  continuous  use,  due  to  oradation 
and  short  life,  but  for  checking  purposes,  where  a  wire  may  be  used  only 
once  or  a  very  few  times,  there  is  no  apparent  reason  why  copper  could 
not  be  used  up  to  900°  Centigrade.  |,_; 
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The  characteristics  and  uses  of  thermocouplee  of  platinum  and  the 
platinum  alloys  being  so  well  known,  this  paper  will  be  confined  to  base- 
metal  couples.  During  the  past  decade,  there  has  developed  a  strong 
demand  for  thermocouples  made  of  metals  cheaper  than  the  platinum 
alloys,  and  suitable  for  industrial  heat  measuremente.  Much  research  has 
been  done  but  only  a  very  limited  number  of  alloys  have  been  found  to 
possess  the  necessary  characteristics  for  general  technical  use. 

In  the  development  of  thermocouple  alloys  it  is  necessary  to  consider 
the  following  points:  The  electromotive  force  and  temperature  relations; 
permanency  or  const^cy;  reproducibility;  manufacturing  difficulties; 
durability;  and  accuracy  in  use. 

The  electromotive  force  developed  by  the  thermocouple  should  in- 
crease with  the  rise  of  temperature  according  to  some  definite  law.  It 
is  desirable  that  the  electromotive  force  should  vary  directly  with  the 
temperature  difference  of  its  junctions,  in  other  words,  giving  a  curve 
linear  or  nearly  so.  It  is  also  desirable  that  the  resulting  electromotive 
force  be  as  large  as  possible  for  any  given  range  of  temperature,  thereby 
insuring  greater  accuracy  of  readings. 

The  materials  composing  the  thermocouple  must  be  perfectly  homo- 
geneous and  must  remain  so  under  continued  use.  When  parasitic  cur- 
rents develop  in  a  couple  or  a  couple  deteriorates,  its  usefulness  is  at 
once  seriously  impaired.  Everyone  who  has  had  any  experience  in  the 
use  of  thermocouples  knows  the  extreme  vigilance  and  continual  checking 
and  rechecking  required  to  guard  against  deterioration  and  para^tic 
currents.  Parasitic  currents  are  probably  the  most  troublesome  phase 
of  thermocouple  work  to  deal  with.  Their  real  cause  is  not  clear.  They 
seem  to  be  due  to  several  causes,  resulting  both  from  the  manufacture  of 
the  wire  and  the  uses  of  the  couple  under  different  conditions.  It  is 
believed  that  possible  segregation  and  cavities  of  occluded  gas  in  the 
casting,  as  well  as  the  crystal  structure  due  to  improper  annealing,  on 
the  one  hand,  and  the  effect  of  gases  and  contaminating  materials  on  the 
outside  surface  of  the  couple  when  in  use  may  be  contributing  cailses. 

*  Superintendent  of  Foundry,  Hoskins  Manufacturing  Co. 
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Wheo  the  couples  of  an  installatioii  bum  out,  it  is  necessary  that  new 

elements  of  couples  of  the  rtame  quality,  characteristics,  and  millivoltage 

range  be  available  for  replacement.     This  necessitates,  on  the  part  of 

,  the  manufacturer,  the  abihty  to  reproduce  the  alloys  in  quantity  at  will. 

Investigations  may  develop  alloys  with  all  the  necessary  qualities  and 
characteristics  foi"  a  satisfactory  thermocouple,  yet  the  difficulties  of 
manufacturing  them  on  a  production  basis  may  present  almost  insur- 
mountable difficulties.  Doubtless,  few  users  of  thermocouples  realize 
fully  the  infinite  pains  and  care  necessary  in  tb&  production  of  highly 
accurate  thermocouple  wire.  Of  all  the  classes  and  types  of  alloy  work, 
this  probably  meets  with  the  widest  range  of  difficulties.  The  selection 
of  the  grades  of  raw  materials  going  into  the  alloys,  the  accuracy  of  the 
composition,  the  methods  of  melting,  deoxidizing,  casting,  rolling,  anneal- 
ing, and  final  calibration  must  be  studied  and  followed  to  the  minutest 
detail,  and  any  slight  variation  in  any  of  these  steps  will  very  likely  cause 
serious  trouble. 

The  user  is  interested  primarily  in  the  life  of  the  couple  he  has  installed 
and  its  continued  accuracy  during  this  life.  In  technical  operations, 
it  is  highly  important  that  a  couple  should  have  a  reasonably  long  life, 
thereby  obviating  the  necessity  and  expense  of  replacements.  To  be 
dependable,  the  results  must  be  absolutely  acciu-ate  and  reliable. 

Originally,  out  of  the  great  number  of  alloys  upon  which  experiments 
were  made  for  base-metal  couples,  one  composed  of  commercial  nickel 
and  commercial  iron  seemed  to  offer  the  best  possibilities,  but  cortain 
characteristics  of  each  metal  prevented  these  alloys  from  giving  the 
accuracy  necessary.  For  instance,  as  is  well  known,  nickel  under- 
goes a  molecular  transformation  between  446°  F.  (230°  C.)  and  734°  F. 
(390°  C.)  which  makes  it  unsuited  for  thermoelectric  work  over  this  range. 
However,  it  may  be  used  from  752°  F.  (400°  C.)  to  1652°  P.  (900°  C). 
Iron  is  subject  to  the  development  of  heavy  parasitic  currents.  To  replace 
the  iron  element,  nickel-chromium,  known  commercially  under  the  trade 
name  "chromel, "  was  developed.  This  alloy  (10  per  cent.  Cr)  generates 
the  highest  negative  electromotive  force  of  any  alloy  suitable  for  a  ther- 
mocouple. It  proved  to  be  so  much  superior  to  iron  that  a  correspond- 
ing element  to  replace  nickel  had  to  be  developed.  A  nickel-sihcon  alloy 
was  tried  but  later  discarded  on  account  of  its  becoming  brittle  with  use. 
Pure  nickel -aluminum  stood  up  well  at  high  temperatures,  but  it  too  had 
to  be  discarded  on  account  of  its  becoming  brittle  with  use  at  low  tempera- 
tures; however,  nickel-aluminum  with  some  modifications  was  found 
to  give  a  perfectly  satisfactory  element.  This  alloy  is  known  comm^- 
cially  as  "alumel."  For  lower  ranges  of  temperature,  nickel-copper  was 
developed,  to  be  used  with  nickel-chromium,  but  in  the  development  of 
this  alloy  it  was  found  that  increasing  the  percentage  of  copper  decreased 
the  life  of  the  alloy. 
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Base-hbtal  Couples  m  Gehebal  Use 

At  the  present  time,  there  are  in  general  use  the  foUowing  base-metal 
couples:  (1)  Nickel-chromium  (chromel) — nickel-aluminum  (alumel)  for 
temperatures  up  to  2500°  F.  (1370'  C.)-  (2)  Iron — constantan  for  tem- 
peratures up  to  possibly  1800°  F.  (982°  C).  (3)  Nickel— nickel-iron- 
chromium,  for  temperatures  up  to  probably  1500°  F.  (815°  C),  but 
which  cannot  be  produced  with  sufficient  accuracy  to  warrant  extensive 
use.  (4)  Nickel-iron-ohromium  (chromel  X) — ^nickel-copper  (copel)  for 
temperatiu-ea  up  to  1000°  F.  (537°  C). 

The  possibility  of  duplicating  the  exact  millivoltage  values  in  the 
manufacture  of  chromel,  alumel,  and  copel  as  well  as  iron  and  con- 
stantan, has  led  to  a  departure  from  theoriginal  methods  of  manufacturing 
thermocouples.  Coils  of  the  proper  class  of  wire,  having  a  definite 
standard  millivoltage,  are  now  supplied,  and  couples  can  be  made  aa 
needed,  without  further  cahbration.  This  method  of  supplying  thermo- 
couples has  found  a  ready  acceptance  with  the  users  of  such  apparatus. 

Of  the  various  base-metal  thermocouples,  the  chromel-alumel  couples 
have  undoubtedly  received  the  widest  use  and  are  generally  considered 
the  most  accurate  and  durable.  A  large  motor  corporation  that  has  in- 
stalled these  alloys  in  all  of  its  plants  states  that  it  has  obtained  exceptional 
results  both  in  accuracy  and  durability  and  finds  no  difficulty  in  main* 
taining  a  system  accuracy  of  better  than  15°  F.  (8°  C),  with  95  per  cent, 
of  their  couples  well  within  10°  F.  (5°  C).  This  is  undoubtedly  a  high 
degree  of  accuracy  and  probably  as  high  as  it  is  possible  to  obtain  com- 
mercially with  any  material.  A  large  plate-glass  manufacturer  states 
that  in  anoealii^  glass  at  about  2000°  F.  (1093°  C.)  chromel-alumel  couples 
give  more  accurate  results  than  the  platinum-platinum-rhodium  couple. 
As  to  the  value  of  chromel-alumel  thermocouples  for  laboratory  work, 
it  might  be  of  interest  to  mention  that  a  prominent  educational  institution 
states  that  these  couples,  used  unprotected,  as  is  often  necessary  in  re- 
search work,  are  less  hable  to  alteration  than  the  best  platinum,  over  the 
same  range,  up  to  1472°  F.  (800°  C). 

Thbee  Main  Factobs  in  Thermoelectric  Practice 

General  thermoelectric  practice  involves  mainly  three  things:  Proper 
protection  of  the  hot  end  of  the  couple;  proper  protection  of  the  cold 
end  of  the  couple;  and  proper  care  of  the  thermocouple  itself. 

Owing  to  the  great  susceptibility  to,  and  danger  of  contamination  from 
ondieiDg  and  reducing  gases,  particularly  at  high  temperatures,  all  ther* 
mocouples  should  be  protected  in  some  manner.  The  writer  will  not 
go  into  this  phase  of  the  subject,  as  this  is  to  be  discussed  in  another 
paper  in  this  symposium. 
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Methods  of  Controlling  Temperature  at  Cold  End. — tnaamuch  as  the 
pyrometer  indicates  not  the  actual  temperature  of  the  hot  end  oi  the  cou- 
ple but  rather  the  difference  in  temperature  between  the  cold  and  hot 
ends,  it  is  very  evident  that  the  temperature  at  the  cold  end  should  be 
known  and  kept  as  constant  as  possible.  Various  methods  are  em- 
ployed for  this  purpose.  The  method  chosen  depends,  of  course,  on 
the  kind  of  installation  and  local  conditions,  but  the  main  object  is  to 
locate  the  cold  end  at  such  a  point  that  It  is  free  from  any  disturbing 
source  of  heat. 

The  methods  used  in  commercifd  installations  for  controlling  the 
temperature  at  the  cold  end  include: 

1.  Wella,  in  which  the  cold  end  is  located  8  ft.  (2.4  m.)  or  more  under- 
ground and  any  distance  from  the  couple. 

2.  A  Thermos  bottle  placed  at  some  convenient  location  in  the  plant 
and  used  with  the  same  system  of  connections  as  the  well. 

3.  Water  and  steam  jackets  in  which  running  water  or  steam  passes 
around  the  cold  end  maintaining  a  constant  temperature. 

4.  The  thermostat  cold-end  box,  which  depends  on  the  expansion  of  a 
metal  strip  making  an  electrical  contact,  thereby  hghting  an  electric  bulb 
which,  in  turn,  maintains  the  proper  temperature  in  the  box. 

5.  A  device  consisting  of  four  resistances  connected  after  the  manner 
of  the  Wheatstone  bridge,  with  the  thermocouple  connected  in  series  in 
one  of  the  four  resistances.    A  copper  resistance  coil  is  also  connected 

,  at  the  cold  end  in  series  with  the  couple  and  in  the  same  arm  of  the  bridge 
as  the  couple.  The  resistance  is  adjusted  so  that  when  the  cold  end  is  at 
the  temperature  for  which  the  meter  is  set,  no  current  from  the  battery 
flows  through  the  meter.  When  the  cold  end  is  heated,  the  bridge  is 
thrown  out  of  balance  enough  to  compensate  for  the  cold-end  error. 
This  involves  adjusting  a  resistance  in  series  with  the  battery  to  make  the 
compensation  correct.  Such  adjustment  must  be  done  very  frequently 
and  is  a  disadvantage  to  this  method.  The  adjustment  is  accomplished 
by  substituting  a  coil  of  low-temperature  coefficient  wire  for  the  couple 
and  compensating  coil.  Then  the  resistance  in  series  with  the  battery 
is  adjusted  to  make  the  meter  read  to  a  definite  mark. 

6.  An  automatic  mercury-bulb  compensator,  consisting  of  a  small 
glass  bulb  and  capillary  tube  containing  mercury,  into  which  a  loop  of 
fine  platinum  wire  dips.  This  is  inserted  in  the  thermoelectric  circuit 
near  the  cold  junction.  The  mercury  expands  or  contracts  under  tem- 
perature changes,  cutting  in  or  out  resistance  in  the  circuit.  This  acts 
in  opposition  to  the  change  in  electromotive  force  with  temperature  at 
the  cold  end,  so  that  a  balance  may  be  established.  But  this  gives  a 
percentage  compensation  for  an  addition  error,  or  in  other  words,  com- 
pensates properly  at  one  point,  giving  too  low  a  compensation  at  low 
temperature  and  over  compensates  at  high  temperatures. 
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7.  A  method  in  use  where  the  cold  ends  can  be  brought  close  to  the 
meter,  coDsists  of  a  device  composed  of  a  compound  etrip  of  two  metals 
having  unequal  coefficients  of  expansion,  attached  to  the  spring  control- 
ling the  pointer,  so  that  the  reading  of  the  meter  is'the  temperature  of  the 
surroundings  when  no  current  is  flowing. 

For  portable  work,  the  cold  end  is,  of  course,  at  the  meter,  in  which 
case  a  thermometer  on  the  meter  is  necessary,  so  that  the  zero  setting 
may  be  accurately  made. 

Of  all  the  systems  in  use  for  controlling  the  temperatiu-e  of  the  cold 
end,  the  well  system  probably  finds  the  greatest  general  use  and  is  con- 
sidered by  many  the  most  satisfactory,  although  there  may  be  special 
cases  where  some  one  of  the  other  methods  could  be  used  with  good 
results.  The  chief  disadvantage  of  this  system  is  the  cost  of  "lead 
wires, "  particularly  in  a  large  building  where  the  meter  must  be  placed  a 
long  distance  from  the  thermocouple.  In  such  cases,  it  is  undoubtedly 
much  cheaper  to  use  the  Thermos  bottle,  which,  all  things  conudered,  is 
probably  most  satisfactory,  next  to  the  well  system.  In  the  use  of  the 
thermostat  cold-end  box,  the  electrical  connections  may  become  broken; 
aud  with  the  use  of  the  water  and  steam  jacket,  a  leak  may  cause  the  flow 
of  water  or  steam  to  discontinue,  in  either  case  affecting  the  temperature 
of  the  cold  end  to  such  an  extent,  possibly,  that  the  product  of  a  large 
bank  of  furnaces  may  be  damaged  before  the  operator  has  had  time  to 
notice  it.  In  general,  the  well  system  is  more  applicable  to  high-resist- 
ance equipment,  whereas  for  the  low-resistance,  pi'oviding  several  couples 
are  to  be  used  with  one  meter,  the  cold  ends  are  probably  best  taken  care 
of  by  using  a  water  jacket  in  connection  with  each  one. 

Thermocouple  Extensions 

This  brings  up  the  subject  of  thermocouple  extensions,  or  "leads" 
as  they  are  commonly  called.  Such  extensions  are  principally  used  with 
high-resistance  installations.  They  cannot  be  used  for  cold-end  regula- 
tion with  low-resistance  couples,  because  the  amount  of  wire  required 
would  o£Fer  too  high  resistance.  As  is  well  known,  the  extension  wires 
merely  serve  the  purpose  of  lengthening  out  the  couple,  and  may  be  made 
of  a  different  alloy  from  that  of  the  couple,  as  copper  nickel,  properly 
calibrated,  or  they  may  consist  of  the  same  alloy  as  that  of  the  couple, 
but  in  either  case  of  a  much  smaller  diameter  to  avoid  excessive  cost. 

Various  methods  of  connecting  a  series  of  thermocouples,  by  means  of 
extension  leads  through  the  cold-end  well  or  Thermos  bottle  to  the  meter, 
toe  in  use.  The  manufacturers  of  chromel-alumel  thermocouples  are 
ufflDg  four  methods  with  very  satisfactory  results. 

One  well  or  Thermos  bottle  may  be  provided  for  each  couple.  This 
method  is  of  advantage  where  the  furnaces  are  situated  over  a  large 
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area,  because  it  reduces  the  amount  of  extension  leads  to  a  minimuin,  but 
there  is  the  cost  of  providing  a  number  of  wells  or  Thermos  bottles.  With 
this  method,  the  couple  may  be  of  the  usual  length,  with  a  flexible  ex- 
tension of  the  same  alloy  through  the  well  or  bottle,  and  then  continued 
with  copper  through  the  switch  to  the  meter. 

A  second  method  is  to  take  care  of  all  the  thermocouples  with  one  well 
or  Thermos  bottle.  This  method  should  be  used  when  the  furnaces  are 
close  together  and  the  meter  is  located  a  great  distance  from  them  and 
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Fia.  1. — Wiring  diaorau  fok  one  gouk^  extension  circuit. 

also  where  it  would  be  impossible  to  drill  individual  wells  to  have  the 
same  temperature.  In  other  respects  this  is  identical  with  the  first 
method. 

A  third  method  employs  a  "common"  cold  end.  Only  one  couple 
extension  circuit  is  run  into  the  well  to  take  care  of  the  cold  end  of  all  the 
couples,  Fig.  1.  All  the  thermocouple  extensions  terminate  at  one 
point,  called  a  "junction  box,"  insuring  the  same  temperature  to  all 
connections  within.  It  will  be  noted  on  the  diagram  that  the  couples 
are  connected  by  extension  leads  to  the  junction  box.  Extension  leads 
of  the  same  alloy  also  connect  the  junction  box  to  the  well,  and  connec- 
tions from  the  junction  box  through  the  multipoint  switch  to  the  meter 
are  made  with  copper. 

A  fourth  method,  which  is  very  similar  to  the  one  just  described,  is  to 
run  the  couple  extensions  to  a  switch,  which  takes  the  place  of  the  junc- 
tion box.  Fig.  2.    Only  one  well  is  required;  this  holds  the  common  cold- 
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end  extension.  This  combination  may  be  used  when  the  meter  and 
switch  are  located  close  to  the  couples  and  where  the  furnaces  are  com- 
pactly placed. 
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Care  op  Tkerhocguples 

The  results  from  base-metal  couples,  considering  the  great  number 
in  use,  have  been  highly  satisfactory;  and  given  equal  care  with  that  of 
the  platinum  couple,  will  probably  afford  ^e  user  equal  satisfaction  on 
the  basis  of  cost.  But  in  many  cases  more  care  should  be  exercised  in 
the  general  handhng  and  use  of  base-metal  couples,  if  one  may  judge  from 
the  appearance  of  many  of  those  that  are  returned  to  the  factory  for  re- 
pairs. Covered  with  dirt  and  furnace  material,  th[(y  are  frequently  almoa'. 
unrecognizable.  To  obtain  the  best  results,  every  pyrometer  installa- 
tion should  be  checked  periodically,  preferably  once  a  month,  and  a  sys- 
tematic record  should  be  preserved.  The  methods  to  be  used,  whether 
by  means  of  a  check  couple  or  by  the  melting  points  of  pure  metals,  are 
too  well  known  to  need  mention  here. 
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Receat  Impronments  in  Pyrometry 

BT    B.    P.    BROWN,*    PEni.AIIELPHIA,    PA. 
(Cbioi«o  MMtiDt.  aaptember.  I91S) 

To  gain  Bome  idea  of  the  prf^ress  recently  made  in  the  meaBurement 
of  high  temperatures,  we  must  review  the  temperature-measuring  devices 
of  the  past.  As  far  back  as  1782,  Wecfeewood,  a  famous  potter  in  Eng- 
land, attempted  to  measure  his  kiln  temperatures  by  means  of  clay 
trials,  or  test  pieces,  that  indicated  the  expanaon  or  contraction  that 
occurred  with  certain  changes  in  temperature.  He  also  produced  cones 
of  clay,  formed  of  various  mixes,  to  form  a  whole  series  for  the  range 
of  temperature  met  with  in  firing  clay  products.  These  cones  are  still 
extenaveiy  used  to  measure  kila  temperatures  in  the  pottery  industry. 
Cones  are  affected  not  only  by  time  but  by  temperature  and  the  rate 
of  firing;  consequently,  they  are  not  an  accurate  measure  of  temperature. 
In  addition,  it  has  been  conmion  practice  for  years  to  attempt  to  measure 
temperatures  with  fusible  salta.  Capsules  of  these  are  inserted  in  the 
furnace  and  indicate,  by  melting,  when  a  certain  temperature  has  been 
attained.  While  such  salts  cannot  be  considered  a  precision  form  of 
temperature-measuring  device,  they  have  proved  reasonably  accurate 
in  checking  temperature. 

Mercubial  Thebhouetebs 

Mercurial'  thermometers  have  been  known  for  years  as  a  standard  de- 
vice for  measuring  moderate  temperatureB.  The  mercurial  thermometer 
for  temperatures  up  to  600°  F.  (316°  C.)  was  furnished  with  a  vacuum 
above,  the  mercury  column.  For  temperatures  above  the  boiling  points 
of  mercury,  674°  F.  (356°  C),  it  is  supphed  with  the  mercury  column 
under  pressure.  If  a  mercurial  thermometer  is  graduated  to  lOOO"  F. 
(538°  C),  there  is  some  200  lb.  gas  pressure  applied  above  the  mercury 
column  to  prevent  the  mercury  boiling.  The  thermometer  manufac- 
turers have  shown  very  Uttle  progress,  of  late,  in  producing  a  high-tem- 
perature mercurial  thermometer.  This  is  apparently  due  to  the  fact 
that  glass  tubing  will  soften  at  temperatures  much  above  1000°  F.;  also 
the  pressure  necessary  to  prevent  boiling  becomes  excessive.  But  it 
would  seem  that  with  the  prioress  being  made,  these  maximum  tem- 
peratures for  a  mercury  thermometer  can  be  increased  by  the  develop- 
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ment  of  glass  with  a  considerably  higher  softening  point  and  of  sufficient 
strength  to  apply  all  the  required  pressure  to  jirevent  boiling  of  the 
mercury  at  a  considerably  higher  temperature  than  1000°  F.  (538°  C.)- 

Expansion  Ptrgketebs 

Mechanical  pyrometers  operating  throi^h  the  difference  in  expansion 
of  iron  and  brass,  or  iron  and  graphite,  have  been  manufactured  for  75 
years.  A  steel  tube  containing  a  rod  of  graphite  extends  into  the  furnace 
and  by  multiplying  the  difference  in  expansion  that  takes  place  and  the 
movement  of  a  pointer  across  the  dial  of  the  instrument,  an  indication 
of  temperature  is  secured.  Approximately  0.009  in.  (0.228  mm.)  dif- 
ference in  expansion  occurs  for  every  100°  P.  (56°  C).  rise  in  temperature 
to  800°  F.  (427°  C).  This  type  of  pyrometer  has  always  had  a  tendency 
to  change  in  its  readings  with  time,  particularly  if  used  for  temperatures 
above  800°  F.,  due  to  constant  heating  and  cooling  of  the  metal  tube. 
This  occasions  readjustments  of  the  pointer  to  compensate  for  this  error. 

Mechanical  pyrometers  are  today  still  extensively  used  for  measuring 
the  temperature  in  bread-baking  and  core-drying  ovens,  where  accurate 
temperature  measurements  are  not  required,  and  where  a  temperature 
indication  within  25°  F.  plus  or  minus  is  satisfactory.  By  annealing 
the  steel  tubes  at  a  considerably  higher  temperature  than  they  will  be 
subjected  to,  and  for  quite  a  length  of  time,  it  has  been  found  possible  to 
partly  eliminate  the  error  that  would  otherwise  result,  due  to  constant 
heating  and  cooling  of  the  expan«on  pyrometer.  Furthermore,  annealing 
the  graphite  rods  has  had  a  beneficial  result.  This  type  of  pyrometer 
cannot  be  recommended  where  accurate  temperature  measurements  are 
required  and  for  use  at  temperatures  above  1200°  F.  (648°  C). 

Gab  Theruouetebs 

The  gas  or  air  thermometer,  another  form  of  expansive  instrument, 
was  a  device  originally  used  to  determine  the  true  temperature  scale; 
it  is  only  comparatively  recently  that  this  type  of  instrument  has  been 
used  to  any  extent  to  measure  temperatures  commercially.  A  good  form 
for  industrial  use  consists  of  a  copper  bulb  containing  nitrogen  gas  con- 
oected  to  the  recording  gage  by  a  small-bore  capillary  tube  which  is  pro- 
tected by  a  heavy  flexible  armored  tube.  The  recording  gage  contains 
the  usual  form  of  Bourdon  spring  used  in  steam  gages.  When  the  bulb 
is  heated,  the  gas  expands  and  the  pressure  apphed  along  the  capillary 
tube  expands  the  spring  in  the  instrument  and  causes  the  pointer  to  move 
across  the  scale  or  chart.  For  temperatures  of  800*  F.  (426°  C),  ap- 
proximately 150  lb.  (68  kg.)  pressure  is  exerted  on  the  spring  for  the  full 
scale  reading.  In  consequence,  a  heavy  spring  can  be  used  and  the  in- 
stmment  is  exceedingly  robust  in  construction. 
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By  Bubetituting  a  bulb  of  pure  nickel  for  the  copper  bulb  or  by  apply- 
ing a*  heavy  deposit  of  nickel  on  the  outside  of  the  copper  bulb,  oxidizing 
may  be  prevented.  By  using  brazing  solders  with  a  meltii^  point  of 
1600°  F.  or  above,  these  instruments  may  be  used  at  temperatures  as 
high  as  1500°  F.  It  would  seem  that  considerable  progress  can  be  shown 
in  adapting  the  gas  pyrometer  for  measuring  higher  temperatures  than 
it  has  been  used  for  in  the  past.  Heretofore,  1000°  F.  (538°  C.)  has  Been 
considered  the  hmit  of  temperature  for  this  type  of  instrument. 

Resistance  Thebuohetebs 

The  resistance  thermometer  is  not  a  new  form  of  temperature-meas- 
uring instrument,  having  been  used  for  some  30  years.  Marked  progress 
has  been  shown  during  the  past  few  years  in  adapting  this  instrument  to 
more  satisfactorily  meet  industrial  conditions.  The  principle  on  which 
the  resistance  thermometer  operates  is  the  change  in  the  resistance  of  a 
metal  due  to  change  in  temperature.  A  platinum  or  nickel  coil,  protected 
by  a  suitable  tube,  is  inserted  at  a  point  where  the  temperature  is  to  be 
measured  and,  with  a  constant  current  passing  through  the  coil  of  wire, 
the  resistance  decreases  or  increases  with  changes  in  temperature.  This 
change  in  resistance  can  be  easily  measured,  as  an  adjustable  resist- 
ance is  used  to  balance  the  resistance  of  the  bulb  and  a  galvanometer 
shows  when  the  balance  is  reached.  An  adjustable  resistance  is  furnished 
with  a  sliding  contact  arm  and  temperature  scale. 

The  combining  of  the  instrument  in  a  simple  and  robust  form  for 
installation  in  a  power  plant  or  chemical  works  naturally  adapts  this 
instrument  better  to  meet  industrial  conditions  than  the  laboratory  type 
of  instrument  formerly  used.  Furthermore,  by  using  the  instrument 
with  suitable  resistance,  a  resistance  thermometer  is  now  supplied  for 
use  on  110-  or  220-volt  direct-current  lighting  circuits  where  storage 
batteries  or  dry  cells  are  not  desirable.  Through  experimentiog  with 
nickel  alloys,  it  has  been  possible  to  utiUze  a  nickel-alloy  bulb  for  tem- 
peratures as  high  as  800°  F.  (422°  C.)  with  very  satisfactory  results. 
For  temperatures  above  300°  F.  (148°  C.)  it  was  formerly  considered 
necessary  to  use  a  platinum  bulb. 

It  is  not  generally  recognized  that  a  resistance  thermometer  is  an 
exceptionally  desirable  instrument  for  measuring  low  temperatures,  and 
there  are  numerous  application  for  sthis  instrument  in  many  industries. 
Twenty-five  or  more  drying  rooms,  cold-storage  rooms,  etc.,  can  be 
easily  connected  up  to  one  central  resistance  thermometer. 

Thermoelectbic  Pyrometers 
It  is  safe  to  say  that  by  far  the  majority  of  all  the  pyrometers  in  use 
today  for  measuring  temperatures  above  1000°  F.  operate  on  the  thermo- 
electric principle.    A  thermoelectric  pyrometer  consists  of  a  thenuo- 
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couple  and  a  meaBUring  device  and  wiree  joining  the  thermocouple 
and  the  measuring  device.  Any  two  pieces  of  wire  of  dissimilar 
materials,  for  instance  one  wire  of  copper  and  one  of  iron  with  one  end 
twisted  or  welded  together,  will  generate  a  small  current  of  electricity 
if  the  junction  is  heated.  The  current  produced  is  very  small.  Wires 
of  precious  metals,  used  for  high-temperature  measurements,  for  example 
one  wire  of  pure  platinum  and  one  of  90  per  cent,  platinum  and  .10  per 
cent,  rhodium,  generate  only  0.01  volt  or  10  millivolts,  at  a  temperature 
of  2000°  F.  Witea  of  base  metals,  for  instance  one  wire  of  pure  iron  and 
one  of  a  copper-nickel  alloy  known  as  conutantan,  produce  five  times  the 
miUivolt^e  of  the  platinum  thermocouple.  Notable  progreae  has  been 
made  in  the  development  of  base-metal  thermocouples  for  use  up  to 
2000°  F.  (1093°  G.) .  For  higher  temperatures  platinum-rhodium  thermo- 
couples, as  used  for  some  20  or  30  years,  are  still  used. 

PlatinuTn-Tkodium  Thermocouples. — Platinum-rhodium  thermocouples 
are  usually  furnished  with  a  wire  0.02  in.  (0.5  mm.)  in  diameter,  but 
this  diameter  is  increased  or  decreased  to  suit  the  requirements.  The 
platinum  thermocouples  are  ordinarily  protected  with  a  tube  of  either 
porcelain  or  silica,  depending  on  the  conditions.  A  silica  or  quartz  tube 
is  preferable  where  the  instrument  must  be  portable  and  subjected  to 
rapid  changes  in  temperature.  Where  installed  permanently,  the 
platinum-rhodium  thermocouple  should  be  protected  by  a  glazed 
porcelain  tube,  suitable  to  withstand  high  temperatures  withoutsoftening. 
It  is  advuitageous  to  protect  the  porcelain  tube  with  an  extra  tube  of  a 
refractory  material  called  Durax,  with  tubes  of  firebrick,  graphite,  or 
Bome  other  suitable  material.  These  extra  tubes  protect  the  porcelain 
tubes  from  sudden  changes  in  temperature  or  from  mechanical  injury 
or  breakage.  The  platinum-rhodium  thermocouples  are  absolutely 
reproducible,  that  is  platmum-rhodium  thermocouples  can  be  boi^ht 
with  a  pyrometer  equipment  today  and  5  years  hence  additional  thermo- 
couples can  be  ordered  that  will  accurately  reproduce  the  values  of  the 
present  thermocouples. 

Base-metal  Thermocouples. — ^For  temperatures  up  to  1200°  P.,  a 
very  satisfactory  thermocouple  consists  of  one  wire  of  iron  and  one  of 
constantan.  For  temperatures  above  this  and  as  high  as  2000° 
F.  (1093°  C.)  a  nickel-chromium  thermocouple  has  proved  most 
satisfactory — one  wire  consisting  of  90  per  cent,  nickel  and  10  per  cent, 
chromium,  and  the  other  wire  of  98  per  cent,  nickel  and  the  balance 
aluminum,  silicon,  and  manganese.  Experiments  in  caloriziog  basc- 
metal  thermocouple  wire  to  increase  its  life  at  high  temperatures  have  not 
been  productive  of  very  satisfactory  results  and  experiments  do  not 
indicate  that  calorizing  is  desirable  but  it  is  possible  to  increase  the 
life  of  the  base-metal  thermocouples  materially  by  suitable  protecting 
tubes. 
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Base-metal  thermocouple  wires  can  be  secured  in  all  diameters  run- 
ning from  0.01  in.  (0.25  mm.)  up  to  0.25  in,  (6.3  mm.).  Certain  tc^ts 
require  thermocouple  wires  of  exceedingly  small  diameter  to  secure 
sensitiveness  and  quick  reading.  For  permanent  service  the  heavier 
wires  will  increase  the  life,  particularly  where  the  thermocouple  is  sub- 
jected to  constant  service  at  temperatures  as  high  as  1600°  or  1800°  F. 
(870°  or  982°  C),  Without  doubt  a  heavy  wire  thermocouple  iucreaseB 
the  lag  in  the  reading,  but  this  is  not  noticeable  in  large  heat-treating 
furnaces. 

If  several  baee-metal  thermocouples,  for  example,  one  wire  of  iron  and 
one  of  constantan,  are  made  up  and  later  additional  coils  of  the  same  wire 
are  procured  to  reproduce  these  thermocouples,  the  various  thermocoupleB 
may  vary  as  much  as  50°  F.  (28°  C.)  at  a  temperature  of  1400°  F.  (760°  C.) . 
In  the  case  of  thermocouples  of  nickel-chromium  wire  the  variation  may 
be  as  much  as  30°  F.  (16°  C.)  plus  or  minus,  depending  on  the  particular 
coils  from  which  the  wire  was  cut.  In  order  to  overcome  this  variation, 
all  the  available  wire  should  be  taken  and  a  certain  part  that  will  repro- 
duce the  standard  values  within  5°  F.  plus  or  minus  secured.  The  bal- 
ance of  the  wire  can  be  used  as  shunted  thermocouples. 

The  shunted  thermocouple  is  the  most  satisfactory  where  a  customer  is 
using  thermocouples  of  the  same  length  and  where  the  insertion  inside  the 
fiunace  is  between  2  and  12  in.  (5  and  30  cm.)  in  each  instance.  In 
shunting  the  thermocouples,  the  milUvoltage  is  reduced  approximately 
2  millivolts;  if  the  miUivoltage  falls,  this  thermocouple  can  be  restandard- 
ized  at  any  time  by  readjusting  the  shunt.  With  the  unshunted  thermo- 
couple, it  is  necessary  to  cut  down  the  length  of  the  thermocouple,  or  it 
mivt  be  junked.  Individual  conditions  determine  which  type  of  thermo- 
couple should  be  used;  without  doubt  there  are  places  where  the  shunted 
couple  is  preferable.  The  unshunted  thermocouple  should  be  used  where 
various  lei^ths  of  thermocouples  are  required  and  where  thermocouples 
will  ui  certain  instuices  be  inserted  over  12  in.  inside  the  furnace. 

The  progress  shown  recently  in  the  manufacture  of  base-metal  thermo- 
couples baa  been  largely  in  the  ability  to  standardize  thermocouples  by  a 
shunt  for  certain  requirements  or  to  furnish  wire  of  unusual  accuracy  for 
unshunted  thermocouples. 

Proteding  Tubes  for  Baae-meUd  Thermocouplea. — Marked  progress 
has  been  made  in  the  past  fen  years  in  the  development  of  suitable  pro- 
tecting tubes  for  increasing  the  life  of  a  base-metal  thermocouple.  It  is 
true  that  a  base-metal  thermocouple  of  nickel-chromium  wire  can  be 
used  in  an  electric  furnace  at  temperatures  of  1400°  to  1600°  F.  satis- 
factorily for  loi^  periods  of  time  without  deterioration;  but  where  it  is 
necessary  to  install  the  thermocouple  in  a  furnace  where  gases  are 
prevalent  or  where  chemicals  or  acids  exist,  a  suitable  protecting  tube 
must  be  used. 
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Where  the  base-metal  thermocouple  will  not  be  subjected  to  tempera- 
tuTOB  above  1200°  F.  (648°  C),  an  ordinary  wrought-iron  protecting  tube 
gives  very  satisfactory  results.  If  the  temperatures  will  run  as  high 
as  1500°  F.  (816°  C),  the  Ufe  of  a  wrought-iron  protecting  tube  can  be 
materially  increased  by  calorizing  the  pipe.  This  is  a  process,  developed 
by  the  General  Electric  Co.,  which  impregnates  the  pipe  with  an  ^umi- 
Dum  oxide.  Our  experiments  show  that  calorizing  wrought4ron  [Upe 
will  increase  the  life  two  or  three  times  at  temperatures  up  to  1500°  F. 
(816°  C). 

Tubes  of  nicket-chromium  alloy,  either  80  per  cent,  nickel  or  20 
per  cent,  chromium,  or  a  mckel-chromium-iron  alloy  with  approximately 
25  per  cent,  iron  added  will  give  most  satisfactory  service  in  heat-treating 
furnaces  at  temperatures  up  to  1700°  F.  (927°  C).  In  the  manufacture 
of  nickel-chromium  tubes,  it  has  been  difficult  to  prevent  sand  holes  or 
leaky  tubes  and  every  tube  should  be  carefully  tested  under  pressure 
against  leaks  to  insure  a  tight  tube.  If  a  nichrome  tube  leaks,  it  would 
be  far  better  to  use  an  ordinary  wrought-iron  tube. 

One  of  the  most  difficult  problems  was  to  secure  a  satisfactory  tube 
for  use  in  galvanizing  baths — molten  zinc,  lead,  and  aluminum — and  it 
has  only  been  within  the  last  few  months  that  a  satisfactory  tube  for 
this  service  has  been  developed.  This  tube  is  known  as  "redsteat. "  At 
a  certain  plant  in  Philadelphia,  it  seemed  impossible  to  make  a  tube 
last  over  about  2  weeks,  but  a  resisteat  tube  was  in  usefor  3  months; 
then  the  thermocouple  had  to  be  removed  for  repairs,  not  because  the 
resisteat  tube  was  destroyed,  but  because  the  wrought-iron  pipe  above 
the  resisteat  tube  had  been  broken  off.  This  resisteat  tube  originally 
had  a  wall  thickness  of  He  in-  (7-9  mm.),  and  when  cut  apart  after  use  for 
3  months  had  a  wall  thickness  of  full  Ke  iQ-  (4-7  mm.)  and  was  perfectly 
tight. 

Base-metal  thermocouples  can  be  used  in  ceramic  kilns  and  in  severe 
conditions  where  temperatures  will  occasionally  attain  2200°  F.  (1204'C.) 
by  protecting  a  nickeUchromium  thermocouple^with  a  gas-tight  porcelain 
tube  and,  in  turn,  protecting  this  with  an  extra  refractory  tube.  It  is 
true  that  if  the  thermocouple  was  subjected  to  such  severe  temperatures 
constantly,  satisfactory  life  would  not  be  secured,  but  in  the  ceramic 
kiln  the  maximum  temperature  is  attained  for  not  more  than  24  hr. 
in  probably  every  2  weeks,  and  for  this  service  the  thermocouple  de- 
scribed gives  very  satisfactory  results. 

Thermocouples  of  iron  and  constantan  wire,  which  are  very  success- 
fully used  for  moderate  temperatures,  are  frequently  supphed  in  a  pro- 
tecting tube  packed  with  carbon  or  other  powdered  substances,  which 
will  exclude  gases.  This  increases  the  life  of  an  iron-constantan  thermo- 
couple but  this  construction  is  very  undesirable  for  a  nickel-chromium 
thermocouple,  as  greater  life  for  the  latter  is  secured  by  circulation  of  air 
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than  by  excluding  air  entirely.  In  other  words,  an  iroQ^coostantaD 
thermocouple  is  moat  satisfaotory  when  used  in  a  reducing  atmosphere, 
whereas  a  nickel-chromium  thennocouple  is  best  under  oxidizing  con- 
ditions. The  subject  of  protecting  tubes  for  base-met^  thermocouples 
has  been  considered  at  considerable  length,  because  the  user  of  a  pyro- 
meter generally  finds  that  the  only  real  difficulty  is  to  maintain  the 
thermocouple  in  good  condition. 

IjiatUation  of  Wires  of  Baae-metol  TAermocoupZe*. — The  original 
insulation  used  on  a  base-metal  thermocouple  was  asbestos  string  or 
tubing  painted  with  a  solution  of  carbonmdum,  fire  sand,  and  sodium 
^cate  (water  glass),  mixed  to  a  paste.  This  insulation  rapidly  diante- 
grates  and  should  not  be  used  for  temperatures  above  1000°  F.  (&40°  C). 
The  most  suitable  form  of  insulator  is  a  porcelain  bead  or  tube,  which 
is  not  affected  by  temperatures  up  to  the  limit  of  a  base-metal  thermo- 
couple; this  is  the  form  that  has  been  generally  adopted. 

Cotd-jundion  Compenaalion. — It  is  one  oF  the  properties  of  a  thermo- 
couple that  the  voltage  it  generates  is  dependent  on  the  temperature 
of  the  hot  junction,  which  is  placed  in  the  furnace,  and  the  cold  junction, 
which  is  the  point  at  which  the  alloy  wires  of  the  thermocouple  jmn 
the  copper  leads  to  the  instrument.  It  is,  therefore,  particularly  im- 
portant that  the  cold  junction  of  the  thermocouple  be  maintained  at  a 
uniform  temperature,  for  if  a  base-metal  thermocouple  is  in  use  and  its 
cold  junction  is  heated  10°,  the  decreased  voltage  generated  by  the  thermo- 
couple will  cause  the  instrument  to  read  approximately  10°  low.  If  the 
cold-junction  temperature  decreases,  the  pyrometer  will  read  high  to 
approximately  the  same  extent. 

Until  recently,  no  methods  were  adopted  to  take  care  of  this  source 
of  errorat  the  cold  junction  of  the  thermocouple.  In  recent  years,  how- 
ever, it  has  been  customary  to  run  compensating  leads  of  the  same  ma- 
terial as  the  thermocouple  to  a  distant  point  where  the  temperature  is 
uniform,  instead  of  having  the  cold  junction  just  beside  the  furnace  wall, 
where  it  might  vary  s^eral  hundred  d^rees.  These  compensating 
leads,  in  duplex  form,  can  be  run  into  a  pipe  driven  in  the  ground  10  or 
16  ft.  (3  or  4.5  m.)  where  the  temperature  will  remain  constant  within 
5"  winter  or  summer,  see  Fig.  1.  From  my  experience,  I  consider  this 
is  the  best  method  to  secure  a  constant  cold-junction  temperature,  as  it 
only  takes  a  few  hours  to  drive  into  the  ground  a  piece  of  pipe  pointed  at 
the  lower  end  and  when  once  installed  the  cold-junction  question  is 
settled.  It  has  been  common  practice,  in  past  years,  to  maintain  the 
cold  junction  at  as  nearly  a  constant  temperature  as  possible  by  running 
water  around  the  cold  junction;  this  maintains  the  temperature  at  that 
of  running  water,  but  unfortunately  this  may  vary  at  least  20  or  30^  from 
winter  to  sununer.  This  method  has  been  very  largely  abandoned  of 
late. 
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Where  it  is  impossible  to  place  the  cold  juQction  in  the  ground  on 
account  of  the  furnaces  being  on  an  upper  floor  of  the  building,  or  for 
other,  reasons,  a  compensating  box  can  be  used  in  the  form  of  a  calo- 


Fio.  1. — Cold  junction  installed  in  orocnd. 

rimeter,  which  will  maintain  the  temperature  constant  within  2°  at  all 
times.     The  common  form  of  compensating  box  shown  in  Fig.  2  consists 


Fio.  2.— CoLD-JDNcnoN  compensatino  box. 

of  a  jamp  and  thermostat  wbich  opens  and  closes  a  circuit  to  the  lamp  as 
the  thermostatic  metal  expands  and  contracts,  and  control  within  2"  F. 
is  quite  possible. 
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Milli voltmeter  and  potentiometer  pyrometers  can  be  also  supplied 
with  automatic  means  in  the  meter  to  compensate  for  changes  in  tem- 
perature of  the  cold  junction,  provided  the  compensating  leads  are 
brought  to  the  instrument.  With  this  type  of  meter,  either  hand  adjust- 
ment (^  be  made  at  the  meter  for  the  temperature  surrounding  the 
meter  and  cold  junction,  or  the  inBtrument  can  be  designed  to  compensate 
automatically.  No  matter  what  the  type  of  pyrometer,  the  instrument 
should  be  adjusted  properly  for  the  actual  temperature  of  the  cold 
junction  of  the  thermocouple.  Improved  instruments  are  equipped  with 
a  zero  adjuster  to  permit  of  adjusting  the  pointer  for  the  actual  cold 
junction  temperature. 

MiUivoUm^tr  Method  of  Meaauring  Thermocouple  Voltage. — There 
are  two  distinct  methods  of  measuring  the  voltage  produced  by  a  thernio- 
couple,  that  is,  the  millivoltmeter  and  the  potentiometer  methods. 


Fio.  3. — Millivoltmeter  for  uBAetrsiNO  TaBRUoELEcnuc  voltaqb. 

The  millivoltmeter,  shown  in  Fig.  3,  consists  of  a  permanent  horse- 
shoe magnet  with  its  pole  pieces,  in  the  field  of  which  a  copper  wound 
coil  swills  in  jeweled  bearings.  Milltvoltmetera  have  been  in  extensive 
commercial  use  abroad,  and  to  some  extent  in  this  country  for  20  or  30 
years,  but  the  instruments  were  of  such  delicate  construction  as  to  be 
really  unsuitable  for  general  commercial  use.  The  instruments  were 
supplied  with  a  moving  coil  hung  between  fine-wire  suspensions,  which 
are  easily  broken  through  jars  or  handling  in  transit.  On  account  of 
this  dehcate  construction,  some  10  years  ago,  a  standard  form  of  switch- 
board milhvoltmeter  was  adopted  extensively  in  this  country.  This  is 
the  same  instrument  commonly  used  with  a  shunt,  as  an  ammeter. 
The  instrument  had  a  resistance  from  2  to  5  ohms  and  each  individual 
instrument  had  to  be  calibrated  for  a  thermocouple  of  a  certain  length 
for  use  with  leads  or  wiring  of  a  definite  length.  Slight  changes  in  resis- 
tance due  to  changes  in  the  length  of  the  thermocouple  or  the  length  of 
the  wiring  materially  affected  the  indications  of  the  instruments  as  the 
internal  resistance  of  the  millivoltmeter  was  so  low.    Serious  errors 
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occurred  also,  due  to  atmospheric  cbauges  in  temperature  along 
the  wiring,  which  naturally  affected  the  resistance  of  the  circuit.  Actual 
tests  show  that  with  a  low-resistance  millivoltmeter  of  5  ohms  resistance, 
an  atmospheric  change  in  temperature  from  SO  to  100°  F.  along  50  ft.  of 
wiring  from  the  thermocouple  to  the  instrument  will  make  the  milli- 
voitmeter  read  18°  low  at  1200°  F.  It  was  naturally  impossible  to  pro- 
cure great  accuracy  with  such  an  instrument. 

In  the  last  5  or  6  years,  great  progress  has  been  made  in  the  devdop- 
ment  of  a  high-resistance  millivoltmeter  that  for  all  practical  purposes 
overcomes  this  trouble  entirely.  The  moving  element  is  shown  in  Fig. 
4.  High-resistance  pyrometers  are  produced  today  with  a  copper- 
wound  moving  element  having  a  resistance  of  15  ohms  per  millivolt.     A 


Fia.  4. — Movraa  BLBittNT  of  Bbown  b 

platinum  thermocouple  produces  approximately  20  millivolts  at  a  tem- 
perature of  3000°  F.,  the  usual  maximum  of  the  scale,  and  such  an  instru- 
ment in  consequence  has  an  internal  resistance  of  300  ohms.  This  same 
type  of  high-resistance  millivoltmeter  used  with  a  nickel-chromium  base- 
metal  thermocouple  producing  approximately  40  millivolts  at  2000°  F. 
will  have  an  internal  resistance  of  600  ohms. 

By  the  use  of  a  special  form  of  aluminum-alloy-wound  movable 
dement,  wound  with  wire  0.003  in.  in  diameter  the  niunber  of  ampere- 
turns  can  be  increased  25  per  cent,  or  more,  and  the  weight  of  the 
coil  reduced.  Consequently,  using  the  same  springs,  magnets,  etc.,  we 
obtain  a  considerable  increase  in  sensitivity  over  the  copper-wound 
movable  element.  But,  reducing  the  weight  permits  the  use  of  lighter 
springs.    Therefore  the  internal  resistance  can  be  still  further  increased 
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80  that  it  is  possible  to  increase  the  inBtrument  resistance  to  30  ohms  per 
millivolt.  A  millivoltmeter  graduated  to  3000°  for  a  platinum  thermo- 
couple will  have  600. ohms  internal  resistance,  or  for  a  nickel-chromium 
base-metal  thermocouple  graduated  to  2000°  will  have  1200  ohms  reaie- 
tance.  Such  an  internal  resistance  eliminates  entirely  all  errors  due  to 
line  resistance,  length  of  thermocouple,  or  atmospheric  changes  in  tem- 
perature along  the  leads. 

It  has  been  stated  that  an  atmospheric  change  in  temperature  of  50°  F. 
along  50  ft.  of  wiring  would  make  a  low-resistance  pyrometer  read  18°  low 
at  1200°  F.  This  low-resistance  pyrometer  had  a  resistance  of  5  ohms. 
Comparing  this  resistance  with  600  ohms,  for  the  average  high-resistance 
instrument,  gives  a  ratio  of  1  to  120. .  If  the  previous  error  was  18°  F., 
it  would  be  reduced  to  0.1°. 

The  standard  type  of  miUivoltmeter  measures  temperatures  directly 
without  any  hand  manipulrtion  whatsoever.  The  scale  is  graduated 
directly  in  temperature  degrees  and  the  operator  can  read  the  temperature 
at  any  time  on  the  scale.  Without  doubt,  the  millivoltmeter  is  par- 
ticularly advantageous  on  account  of  its  simplicity. 

An  improved  form  of  millivoltmeter  pyrometer  has  been  recently 
developed  by  Messrs.  Paul  D.  Foote  and  Thomas  R.  Harrison,  of  Wash- 
mgton,  D.  C.  This  instrument  affords  a  ready  means  of  adjusting  a 
millivoltmeter  for  any  change  in  resistance  up  to  15  ohms  of  the  circuit 
of  thermocouple,  leads,  and  instrument.  Heretofore,  instruments  of  this 
kind,  which  have  been  developed  in  the  last  few  years,  have  required  a 
dry  cell  to  balance  the  voltage  of  the  thermocouple  but  with  the  new 
instrument  designed  by  Messrs.  Harrison  and  Foote  no  dry  cell  or 
other  source  of  current  than  the  thermocouple  is  required.  By  simply 
pressing  a  button  and  turning  a  knob,  the  instrument  can  be  instantly 
adjusted  for  any  resistance  of  the  circuit  up  to  15  ohms.  This  is  an 
unusually  desirable  instrument  where  material  vaiiatione  in  the  length 
of  leads  will  occur  or  where  there  are  a  number  of  thermocouples  con- ' 
nected  up  to  one  central  instrument  with  leads  of  unusual  length.  This 
instrument  of  Messrs.  HarrisOn  and  Foote  is  a  marked  improvement 
over  the  Brown  Heatmeter  developed  and  patented  by  the  writer  some  2 
years  ago,  and  will  be  known  as  the  Brown  Improved  Heatmeter, 

Potentiometer  Method  of  Meaauring  Thermocouple  V<^agea. — In  this 
method  of  temperature  measurement  the  electromotive  force  produced  by 
a  thermocouple  is  measured  by  opposing  to  it  a  known  variable  electro- 
motive  force,  usually  a  dry  cell  contained  in  the  instrument,  so  that  when 
a  balance  is  reached,  no  current  fiowa.  A  galvanometer  is  used  to  indi- 
cate the  point  when  a  balance  is  reached  and  the  galvanometer  then 
indicates  zero,  the  voltage  of  the  thermocouple  being  equal  to  the  impressed 
dry-cell  volt^^.  After  the  thermocouple  voltage  has  been  balanced 
gainst  the  voltage  of  the  dry  cell,  the  actual  measurement  is  that  of  the 
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dry-cell  circuit,  hence  this  measutement  is  entirely  independent  of  the 
resistance  of  the  circuit,  induduig  the  thermocouple,  lead  wires,  and 
galvanometer.  As  a  consequence,  the  instrument  is  independent  of  the 
resistance  of  the  circuit  of  the  thermocouple  and  leads,  and  compensating 
leads  can  be  run  to  the  instrument  500  ft.  (152  m.)  distant,  if  desired. 
Changes  in  resistance  of  the  various  parts  of  the  circuit  due  to  changes  in 
length  or  atmospheric  changes  wiU  have  no  effect  on  the  indication. 

The  advantage  of  the  potentiometer  method  of  measuring  tempera^ 
ture  is  its  extreme  precision  and  its  independence  of  resistance  changes 
throughout  the  thermocouple  circuit.  It  has  the  disadvantage,  as  com- 
pared with  the  millivoltmeter  method,  that  it  is  not  direct  reading  and 
that  some  outside  source  of  current,  a  dry  cell  or  storage  battery  for 
example,  is  necessary  as  a  source  of  current  to  oppose  the  thermocouple, 
and  this  cell  must  be  replaced  or  recharged  from  time  to  time. 

There  are  portable  potentiometers  on  the  market  that  automatically 
compensate  for  the  changes  in  temperature  of  the  cold  junction  of  the 
thermocouple,  provided  the  compensating  leads  are  brought  to  the  in- 
strument and  they  measure  the  milUvoltage  of  the  thermocouple  with 
extreme  precision.  The  writer  has  been  recently  granted  a  patent  on  a 
portable  potentiometer  in  which  a  resistance  is  wound  spirally  on  an 
insulated  drum  or  cyUnder.  The  scale  is  drawn  in  a  spiral  with  the  index 
traveling  across  the  scale  concentric  with  its  travel  along  the  spiral 
resistance.  This  type  of  ^wrtable  potentiometer  has  a  scale  8  ft.  long. 
The  standard  scale  is  graduated  up  to  SO  millivolts  in  0.02  millivolt,  or 
50  graduations  to  a  millivolt.  Where  used  to  measure  temperature  of  a 
nickel-chromium  thermocouple  range  of  2000°  F.,  each  graduation  is 
equal  to  2°  F.  (Ll-t-"  C.)  and  a  reading  can  easily  be  secured  to  one-fifth 
of  this.  There  is  no  question  but  that  with  such  an  instrument  extreme 
precision  is  attainable  in  measuring  temperatures  with  a  thermocouple. 

Recording  Thermoelectric  Pyrometers. — There  are  procurable  today 
pyrometers  that  accurately  plot  a  record  of  the  temperature  as  indicated 
by  a  thermocouple.  These  instruments  are  supplied  with  either  circular 
charts  for  recording  over  a  period  of  24  hr,  or  with  atrip  charts,  lasting 
as  long  as  2  months  without  replacement.  Recording  pyrometers  are 
supplied  that  make  one  record;  or  by  locating  two  galvanometers  side 
by  dde,  the  one  recording  instrument  can  make  two  independent  records 
on  one  chart.  By  the  introduction  of  suitable  switching  mechanism, 
a  record  of  from  three  to  as  many  as  sixteen  thermocouples  can  be  pro- 
duced on  one  recording  sheet.  Multiple  recording  pyrometers  developed 
within  the  past  5  or  6  years  use  two  methods  of  producing  distinguishable 
records,  either  the  records  are  produced  in  different  colors,  or  each  record 
line  may  be  identified  by  a  number  printed  simultaneously  with  the 
operation  of  the  recorder.  Great  progress  has  been  made  in  the  develop- 
ment of  acciirate  recording  pyrometers  in  the  last  few  years. 
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Recording  Pyrometers  for  Tran^ormation  PoitUs. — A  special  design 
of  recording  thermoelectric  pyrometer  ia  required  for  determiniDg 
accurately  the  transformation  points  that  metals  undergo  through  heat- 
ing or  cooling,  see  Fig.  5.  In  addition  to  the  test'  piece  of  steel,  the  transfor- 
mation point  of  which  is  to  be  determined,  a  neutral  body  of  a  nickel 
alloy  is  inserted  in  the  electric  furnace  with  the  test  piece.  One  thermo- 
couple is  installed  in  the  neutral  body  and  another  in  the  test  piece  and  as 
the  test  piece  goes  through  its  transformation  point  a  differentia  is 
set  up,  due  to  the  continued  heating  of  the  neutral  body,  whereas  the  teat 
piece  ceases  to  rise  in  temperature  at  these  transformation  points  although 
the  furnace  continues  to  heat  up. 


Fio.  5. — Rbcobdino  pvrohetbbs  for  TEANapoRMATiOK  points. 

Within  the  past  year,  the  writer  has  been  granted  two  patents  on  an 
improved  form  of  differential  transformation-point  recorder,  which  auto- 
matically plots  the  true  temperature  of  the  test  piece  and  the  record 
of  the  differential,  which  greatly  magnifies  the  jog  occurring  on  the  chart 
at  the  transformation  points. 

Automatic  Signaling  Pyrometers.— Instruments  to  automatically  ring 
a  bell  have  been  supplied  for  many  years,  operated  by  the  older  types 
of  expansion  pyrometers  or  mercurial  thermometers.  A  platinum  con- 
tact is  installed  in  the  mercurial  thermometer  tube  and  when  the  mercury 
rises  to  the  platinum  contact  the  belt  rings.  There  is  a  demand  for 
thermoelectric  pyrometers  for  measuring  higher  temperatures  that  will 
give  a  positive  and  reliable  alarm  under  certain  changes  in  temperature 
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or  will  visually  indicate  changes  in  temperature  by  the  means  of  signal 
lights.  In  the  last  2  years  there  have  been  numerous  installations  of 
thermoelectric  signaling  pyrometers  operated  by  either  the  millivolt- 
meter  method  or  the  potentiometer  system. 

Id  this  type  of  instrument  it  is  essential  that  positive  contacts  should 
be  made  and  no  current  should  pass  through  the  indicating  pointer 
normaily  used  to  indicate  or  record  the  temperature.  In  the  standard 
form  of  signaling  pyrometer  we  construct,  the  pointer  is  periodically 
depressed  on  to  contacts  at  intervals  of  every  30  sec.  In  the  case  of  the 
pyrometer  operating  signaling  lights,  three  contacts  are  used  representing 
high,  correct,  and  low  temperatures,  correBponding  to  red,  white,  and 
green  li^ts. 

Many  of  the  men  employed  around  heat-treating  furnaces  are  unaNe 
to  read  or  write  and  a  temperature  scale  is  meaningless  to  them.  It  ia 
a  comparatively  easy  matter  to  instruct  these  men  to  keep  the  white 
light  burning  all  the  time,  and  if  the  red  or  green  light  should  bium  to 
regulate  the  valve  accordingly.  This  is  a  much  easier  proposition  than 
to  tell  the  men  to  maintain  the  temperature  at  1450°  F.  (788°  C.)  and  if 
the  temperature  rises  to  1470°  (798°  C.)  he  should  partly  shut  the  valves 
or  if  it  falls  to  1430°  (777°  C.)  he  should  open  the  valve.  Besides  the 
advantage  to  the  workmen  of  being  able  to  instantly  observe  the  tem- 
perature of  the  signal  lights,  the  foreman  in  charge  of  the  department  can 
look  along  a  row  of  fumac^  from  one  end  of  the  room  and  instantly  note 
whether  the  white  light  is  burning  on  all  furnaces.  If  a  certain  furnace 
has  the  red  or  green  light  burning  too  often,  an  investigation  can  be 
made  aa  to  the  difficulty  and  the  trouble  promptly  corrected. 

Automatic  Temperature-control  Pyrometers. — From  the  automatic  sig- 
naling of  the  temperature  by  lights,  it  is  a  very  short  step  to  the 
automatic  control  of  temperature.  The  problem  of  controlling  electric- 
furnace  temperatures  is  a  very  easy  one  as  a  switch  operated  by  solenoids 
or  electric  magnets  can  be  controlled  by  the  pyrometer.  Where  used  to 
operate  a  valve  to  control  furnaces  or  ovens  heated  by  steam,  gas,  or 
oil,  a  solenoid  or  magnet  must  be  applied  to  operate  the  valve  instead  of 
the  switching  mechaniBm.  Switches  for  electric-furnace  control  can 
be  installed  directly  in  the  main  circuit,  but  preferably  should  cut  in  or 
out  one  of  the  sections  or  heating  elements  of  the  furnace  or  a  certain 
part  of  the  resistance  in  series  with  the  furnace. 

Opening  and  closing  of  the  main  circuit  will  naturally  produce  con- 
stant rising  and  falling  of  the  temperature,  whereas  the  fluctuation  oc- 
curring in  the  voltage  or  temperature  conditions  in  the  fiuitace  can  be 
fflore  accurately  Controlled  by  the  pyrometer  if  only  approximately  25 
or  50  per  cent,  of  the  current  is  controlled.  Likewise,  in  the  control  of 
oil  or  gas  furnaces,  if  the  valve  is  installed  in  the  main  line  the  supply  is 
either  all  on  or  cut  off  entirely,  and  this  must  naturally  produce  constant 
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fluctuation  in  temperature.  If  the  valves  are  installed  in'  a  by-pasa  and  a 
proportion  of  gas  paseii^  through  the  by-pass  is  adjusted  so  as  to  have 
approximately  only  25  per  cent,  control,  these  constant  fluctuations 
are  eliminated  and  a  very  satisfactory  control  can  be  maintained. 

Radiation  Pyrometers. — A  radiation  pjrometer  measures  temperatures 
by  the  heating  of  a  thermocouple  subject  only  to  radiated  beat  instead 
of  to  the  direct  temperature.  Instead '  of  platung  the  thermocouple 
directly  inside  the  furnace  where  the  temperature  would  be  so  high  as  to 
destroy  it,  it  is  placed  in  the  back  of  a  tube  in  the  focus  of  a  mirror.  The 
rays  of  heat  from  the  furnace  enter  the  tube  and  strike  the  mirror  and  are 
focused  on  the  hot  junction  of  the  thermocouple.  This  attains  a  heat 
of  only  200'  or  300"  F.  (93'  or  148'  C). 

'.  This  instrument  has  a  particular  field  where  temperature  must  be 
measured  from  2800'  F.  (1538'  C.)  up  to  3600'  F.  (1982'  C.)  or  more,  and 
it  is  possible  to  secure  an  accuracy  pf  1  to  2  per  cent,  with  this  type  of 
pyrometer,  if  the  instructions  as  to  its  use  are  properly  carried  out. 
A  radiation  pyrometer  should  not  be  used  where  a  thermoelectric  pyrome- 
ter can  be  applied  to  advantage. 

OpHcdl  Pyrom^ers. — There  has  been  notable  improvement  in  the 
adaptation  in  the  past  few  years  of  optical  pyrometers  to  general  in- 
dustrial service.  Optical  pyrometers  are  not  a  recent  development,  like 
pcactically  every  other  type  of  pyrometer  in  use  today,  but  it  has  only 
been  within  the  past  few  years  that  optical  pyrometers  have  been  brought 
to  the  point  where  they  can  be  Batisfactorily  used  in  the  industries.  The 
development  has  been  largely  along  the  lines  of  simplifying  the  design 
so  that  satisfactory  results  can  be  secured  by  almost  any  us^.  The 
trouble  with  optical  pyrometers  in  the  past  has  been  that  no  two  opera- 
tors could  secure  the  same  reading.  There  are  some  types  of  optical 
pyrometers  used  to  a  considerable  extent  which  were  supposed  to  help  the 
eye  in  determining  the  temperature,  but  these  have  done  more  harm  than 
good. 

Rtsvut 

I  have  attempted  to  cover  the  subject  of  recent  improvements  in 
pyrometry  from  the  standpoint  of  the  application  of  pyrometers  to  the 
industries.  Many  special  types  of  pyrometers  have  been  built  for 
laboratory  and  experimental  use,  that  it  would  be  impossible  to  refer 
to  in  a  paper  of  this  character;  but  though  pyrometry  has  made  marked 
progress  in  the  last  few  years,  I  have  not  the  slightest  doubt  that 
much  greater  progress  will  be  made  in  the  next  few  years.  Most  in- 
dustrial plants  have  cooperated  to  the  utmost  with  the  pyrometer 
manufacturer  in  an  effort  to  perfect  temperature-measuring  apparatus 
to  meet  the  requirements  of  general  industrial  service.  Certain  foreign 
countries  were  formerly  rec<^nized  as  the  leaders  in  the  manafacture  of 
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scientific  inatmments,  and  particularly  pyrometers.  This  lead  has  oow 
been  taken  by  our  country,  and  with  the  rapid  perfection  of  our 
pyrometers  and  the  great  amount  of  research  work  constantly  being 
performed,  we  shall  never  lose  the  lead. 

DISCUSSION 

E.  D.  TiLLTER,*  Southbridge,  Mass,  (written  discussiont). — It  ia 
quite  generally  known  that  there  is  very  httle  that  is  standard  about  a 
mercurial  thermometer  at  temperatures  above  212°  F.  (100°  C.)  because 
so  many  precautions  must  be  taken — precautions  that  are  rarely  realized 
in  practice — such  as  depth  of  immersion,  aging,  elastic  fatigue,  separation 
of  mercury  column,  and  accidental  deformation  from  very  alight  excess 
temperature. 

One  cannot  help  wishing  that. Mr.  Brown  would  dwell  at  greater 
length  on  the  practical  side  of  both  radiation  and  optical  pyrometers, 
both  of  which  have  great  possibilities  as  commercial  instruments.  In 
the  radiation  pyrometer  we  have  ideal  conditions  for  a  permanent  instru- 
ment, no  materials  being  exposed  to  excessive  temperatures  or  subjected 
to  contamination  from  the  furnace  fumes  which  may  raise  such  havoc 
with  an  ordinary  pyrometer.  The  development  of  a  radiation  pyrometer 
requires  a  thermocouple  having  a  relatively  high  electromotive  force  but 
which  need  stand  temperatures  of  only  200°  F.  or  300°  F.  instead  of  1500 
to  2000°  F.,  which  is  required  of  even  a  base-metal  couple.  The  galva- 
nometer, if  located  near  the  thermocouple,  does  not  need  to  have  a  high 
resistance,  as  at  such  low  temperatures  no  changes  can  occur  in  the 
thermocouple  that  will  affect  its  resistance  and,  consequently,  the  in- 
dicated temperature. 

The  serious  source  of  error  is  the  lens  or  mirror,  which  images  the 
furnace  interior  on  the  hot  junction  of  the  thermocouple;  this  must 
always  have  the  same  transmission,  or  reflection,  and  dirt  and  tarnish 
must  be  avoided.  Another  source  of  error  in  many  instruments  is  the 
temperature  of  the  cold  junction,  which  heats  up  from  radiation.  How- 
ever, there  is  no  fundamental  reason  why  the  cold  junction  cannot  be 
carried  to  a  position  of  constant  temperature,  as  is  done  with  the  regular 
thermocouple  pyrometers. 

One  physical  defect  of  a  radiation  pyrometer  is  the  absorption  of  the 
longer  heat  rays  by  varying  amounts  of  water  vapor  in  the  atmosphere. 
Perhaps  this  could  be  overcome  by  using  selective  absorption  screens 
cutting  out  the  rays  absorbed  by  water  vapor.  Another  physical  defect 
of  a  radiation  pyrometer,  and  also  of  the  optical  pyrometer,  is  that  it 
indicates  the  radiation  temperature  of  the  object  on  which  it  is  focused. 
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This  would  seldom  be  an  objection,  however,  as  the  most  that  is  desired 
is  to  reproduce  temperatures;  if  it  were  desired  to  obtain  true  tempera- 
tureB,  the  black-body  condition  could  be  obtained  for  a  small  part  of  the 
furnace  by  simply  inserting  a  heat-resisting  tube  for  a  considerable  dis- 
tance and  focusing  the  pyrometer  on  the  inside  end. 

The  optical  pyrometer  requites,  in  all  present  forms,  that  the  observer 
look  through  it  and  not  at  it.  Until  someone  overcomes  this  practical 
defect,  one  of  the  best  forms  of  instruments  for  higher  temperature 
pyrometry  is  probably  barred  out. 

A.  O.  AsHUAJt,  Palmerton,  Pa.  (written  discussion*). — From  a  theo- 
retical point  of  view  the  best  method  to  maintain  the  cold  junction  at  a 
constant  temperature  is  by  means  of  a  pipe  driven  in  the  ground,  to  which 
the  so-called  cold-junction  compensating  leads  are  run,  and  of  course 
there  are  many  times  and  places  where  it  can  be  successfully  used.  There 
are,  however,  several  objections  to  this  method.  In  the  vicinity  of  any 
furnace  there  are  apt  to  be  underground  flues  for  preheated  air  or  gases, 
recuperators,  water  mains,  etc.,  which  will  eliminate  the  probabiUty  of  a 
constant  temperature.  These,  of  coiu-se,  can  be  avoided  by  carrying 
the  leads  to  distant  locations  known  to  be  free,  but  this  is  not  good 
practice  because  the  so-called  compensating  leads  have  a  rather  h^h  re- 
sistance, which  materially  affects  the  accuracy  of  even  the  high-resistance 
'  instrumeDts,  unless  they  are  specially  calibrated  for  it.  Moreover,  the 
cost  of  these  long  leads  is  almost  prohibitive.  A  better  way  is  to  run 
short  lengths  of  compensating  leads  to  electrically  heated  constant- 
temperature  boxes  conveniently  located  near  the  furnace  in  a  place  that 
is  of  fairly  uniform  temperature.  These  boxes  are  on  the  market  and 
can  be  procured  at  a  cost  that  is  approximately  equal  to  the  cost  of 
100  ft.  of  compensating  leads.  They  can  be  connected  to  any  power  or 
lighting  circuit  and  once  set  require  very  little  care.  One  box  will  ac- 
commodate a  number  of  couples. 

An  additional  disadvantage  of  the  buried  pipe  is  that  moisture  or 
water  may  accumulate  in  it.  This  is  hard  to  detect  and  almost  im- 
possible to  remove.  It  generally  gives  rise  to  galvanic  effects  which 
result  in  errors  that  are  greater  than  those  due  to  an  uncorrected  cold 
junction. 

While  the  term  "  compensating  leads  "  is  in  general  use,  it  is  not  justi- 
fiable, as  there  is  no  compensation  in  the  true  sense  of  the  word.  For 
example,  suppose  the  cold  junction  of  a  couple  was  exposed  to  a  tempera- 
ture of  100°  higher  than  the  couple  was  cahbrated  for.  If  the  ends  of 
the  leads  connected  to  this  couple  were  in  the  same  region  there  would,  of 
course,  be  no  compensation  as  when  a  true  compensator  was  used.  A 
better  term,  I  think,  would  be  cold-junction  extension  leads.     Many 
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terms  in  pyrometry  are  more  or  less  loosely  used,  which  could  be 
Htandftrdized  by  auitable  action  on  the  part  of  some  interested  society 

W.  H.  Bristol,  Waterbury,  Conn. — There  should  be  some  standard 
way  of  speaking  of  what  are  sometimes  called  compensating  leads,  which, 
it  seems  to  me,  is  a  misnomer.  As  I  understand  it,  so-called  Compenaat- 
it^  leads  are  an  extension  of  the  couple  itseU,  a  continuation  of  the  same 
materials  of  which  the  couple  is  made,  so  as  to  cany  the  cold  end  to  a 
desired  point  where  the  temperature  is  more  uniform,  or  to  some  correct- 
ing device  where  it  can  be  held  at  constant  temperature  to  provide  for 
atmospheric  changes.  "Extension"  of  the  couple  would  be  a  very  good 
name. 

E.  F.  NoBTHEUP,  Trenton,  N.  J. — ^We  have  found  it  is  possible  to 
do  away  with  all  of  these  cold-junction  corrections  by  using  the  all-steel 
thermos  bottles.  We  use  a  platinrhodium  couple  having  leads  just  long 
enough  to  reach  from  the  couple  down  into  the  steel  thermos  bottle; 
the  rest  of  the  way  copper  is  used.  These  bottles  can  be  set  within 
4  or  5  ft.  of  a  iai^  steel  bottle  filled  with  molten  steel  or  iron  without 
injury  to  the  bottle  and  where  it  will  hold  cracked  ice  for  24  hr.  We 
have  been  able  to  use  hundreds  of  couples  that  way  and  think  it  a  con- 
venient and  practical  method.  When  the  cold  junction  goes  into  the 
thermos  bottle,  it  must  not  pass  through  a  metal  tube,  for  that  will 
condnct  the  heat  into  the  bottle  and  melt  the  ice.  The  junction  should 
pass  either  through  a  non-heat-conducting  tube  or  it  must  be  separated 
from  the  neck  of  the  bottle  by  suitable  heat'-insulatii^  material. 

Amthont  Zklbny,*  Minneapolis,  Minn. — In  1903,  I  experimented 
with  a  thermoelectric  installation  consisting  of  about  200  junctions 
connected  to  one  common  return  wire  about  400  ft.  in  length.  The 
common  cold-junction  was  placed  in  a  tube  buried  in  the  earth.  This 
was  in  a  steel-tank  grain  elevator;  all  insulators  were  necessarily  attached 
to  iron  beams  and  were  soon  covered  with  grain  dust.  The  belt  con- 
veyors were  operated  by  direct-current  motors.  This  thermoelectric 
installation  operated  perfectly  except  when  the  motors  were  in  action. 
Sufficient  leakage  current  passed  through  the  system  and  the  galvanom- 
eter to  destroy  the  readings.  The  removal  of  the  cold  junction  from 
the  earth  remedied  the  trouble.  No  attempt  was  made  to  improve  the 
insulation.  It  appears  that  in  such  extraordinary  installations  special 
care  must  he  taken  to  prevent  leakage  when  the  cold  junction  is  buried 
in  the  earth. 

*  PrafesflOT  of  Pbjraios,  Univenity  of  Minnesota. 
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Automatic  Competisation  for  Cold-junction  Temperatures  of  Thermo' 
couple  Pyrometers 

BY    FELIX    WITNBCH,*    PHILASeLPHIA,    PA. 
(Chiafo  MeatiaE.  Saptambar,  IBIO) 

While  the  effect  of  the  cold-junction  temperature  has  been  koown  by 
many,  its  consideration  has  been  ignored  in  a  number  of  installatioDB, 
resulting  at  times  in  a  very  coofliderable  error.  In  fact,  the  multitude 
of  this  error  may  amount  to  over  100°  in  some  cases.  While  hand- 
operated  correcting  devices  for  portable  checking  pyrometers  may  be 
entirely  satisfactoiy,  it  is,  of  course,  desirable  to  have  such  apparatus  en- 
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tirely  automatic  when  applied  to  curve-drawing  or  printing  pyrometers, 
otherwise  there  is  no  assurance  that  the  record  is  correct. 

Numerous  methods  for  automatically  compensating  for  cold-junction 
temperature  changes  of  thermocouple  have  been  proposed  and  used  in 
connection  with  milhvoltmeters.  One  of  the  earliest  proposed  was  that 
shown  in  Fig.  1.  A  bare  resistance  wire  was  immersed  in  a  column  of 
mercury  located  near  the  cold  junction  of  the  thermocouple.  An  in- 
crease in  temperature  near  the  cold  junction  resulted  in  a  rise  of  the 
mercury  column,  which  short-circuited  more  of  the  resistance  wire,  causing 
an  increase  in  the  potential  difference  across  the  millivoltmeter,  which 
compensated  for  the  decreased  electromotive  force  of  the  thermocouple. 

The  method  is  open  to  the  objection  that  the  compensation  ia  accu- 
rate at  only  one  temperature  of  the  hot  junction,  for  the  voltage  change 
across  the  compensatii^  resistance  is  a  function  not  only  of  the  com- 
pensating resistance  but  also  of  the  current  passing  through  it.  As  the 
*  Electricftl  Engineer,  Engineering  Department,  Leeds  &  Northnip  Co. 
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curreat  changes  with  the  hot-junction  temperature,  it  is  obvious  tbat 
accurate  compensation  for  cold-junction  temperature  can  be  obtained  for 
only  one  temperature  of  the  hot  junction.  As  an  example,  suppose  that 
the  cold-junction  temperature  is  0°  C.  and  the  hot-jimction  temperature 
1000°  C.  and  that  the  e.m.f.  generated  is  60  millivolts.  Assume  the  re- 
sistance in  the  miUivoltmeter  circuit  including  the  compensating  resist- 
ance at  0°  C.  to  be  600  ohms.  Then  the  current  in  the  miUivoltmeter  ia 
60 
ejw;  ■=  0.1  railUampere.     If  the  cold-junction  temperature  increases  to 

SO"  C,  reducing  the  e.m.f .  by  3  miUivoIts  and  reducing  the  resistance  in 
the  compensating  resistor  by  30  ohms,  the  current  is  ^y^.  _  „^  ^  =70 
=  0.1  milliampere,  the  same  as  before,  and  perfect  compensation  has 
been  obtained  for  a  hot-junction  temperature  of  1000°  C.  But  if  the 
hot-junction  temperature  falls  to  500°  C.  and  the  cold-junction  is  at  0°C., 
as  in  the  first  case,  and  the  e.m.f.  generated  is  30  millivolts,  the  current 

is  a™  =  0.05  miUiampere.  On  the  other  hand,  should  the  cold  junction 
rise  to  50°  C.  while  the  hot  junction  remans  at  500°  C,  the  resistance  in 
the  circuit  is  reduced  to  570  ohms  as  before  and  the  volt^e  is  reduced 
by  3  millivolts  as  before,  because  the  e.m.f.  generated  at  the  cold  junction 
is  independent  of  the  temperature  of  the  hot  junction.     The  ciurent  will 

now  be  D™i-_~o(;  =  c^q  =  0.0474  milliamps.  This  current  is  5.2  per 
cent,  lower  than  that  obtained  with  the  cold  junction  at  0°  C.  Conse- 
quently the  reading  on  the  miUivoltmeter  wiU  be  5.2  per  cent,  low  at 
500°  C.  when  the  cold-junction  temperature  rises  from  0  te  50°  C,  an  error 
of  26'  C.  In  practice,  the  error  may  be  considerably  greater  than  26°  C, 
since  the  Location  of  the  cold  junctions  in  the  head  of  the  thermocouple 
protecting  tube  often  results  in  a  much  greater  rise  of  temperature  than 
50°  C.  at  the  cold  junctions. 

Fig.  2  shows  a  device  operating  on  the  same  principle  as  that  just 
described  but  employing  a  different  construction.  A  number  of  thin 
carbon  disks  are  tightly  packed  in  a  porcelain  cylinder,  which  has  a 
small  coefficient  of  expansion.  The  rod  is  made  of  a  metal  having  a 
large  coefficient  of  expansion,  such  as  zinc.  As  the  temperature  increases 
the  rod  expands  and  increases  the  pressure  between  the  carbon  disks, 
thus  decreasing  the  r^istance.  The  device  is  connected  in  series  with 
the  thermocouple  and  miUivoltmeter.  This  device  has  the  same  defect 
as  that  shown  in  Fig.  1,  namely,  it  compensates  accurately,  for  varia- 
tions in  cold-junction  temperature  at  only  one  temperature  of  the  hot 
junction.  Fig.  3  shows  another  method  of  automaticaUy  compensating 
for  cold-junction  temperature.  ^4  is  a  resistor  which  increases  its 
resistance  as  the  temperature  rises.  £  is  a  resistor  whose  resistance 
remains  constant  when  the  temperature  changes.    The  operation. is  as 
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follows:  Assuraii^  a  constaut  temperature  at  the  hot  junction,  the  cur- 
rents through  A  and  B  decrease  bb  the  temperature  of  the  cold  junction 
increases.  This  would  tend  to  decrease  the  potential  across  A  but,  by 
proper  adjustment  of  A  and  B,  this  decrease  can  be  neutralized  by  Hbe 
increase  in  resistance  of  the  coil  A,  the  net  result  being  that  the  potential 
difference  across  A  for  a  constant  temperature  at  the  hot  junction  re- 


Zinc  Rod 

Porcelain  Tube 
Fio.  2. — Use  or  cabson  disks  for  cowFENSATiKa  for  cold-junction  tbmfbbatuhes 

mains  constant,  although  the  temperature  of  the  cold  junction  changes. 
The  compensation  can  be  made  correct  for  one  temperature  of  the  hot 
junction  only  and  comequently  is  not  better  than  the  devices  shown  in 
Figs.  1  and  2. 

All  devices  of  this  nature,  where  an  actual  current  is  drawn  from  the 
thermocouple,  are  defective  in  that  they  depend  for  accuracy  on  the 


Millivolfme^-er 


A  •  NicMel  coil 
3  '  Mangartin  coil 

Fia.  3. — UsB  OP  NtCKBL  and  manoanin  cona 
TiON  temperature 


Thermocoupl* 

FOR  COLD-IUNC- 


constancy  of  resistance  of  the  thermocouple.  The  thermocouple,  how- 
ever, gradually  changes  resistance  with  use  and  gives  no  external  evidence 
of  such  change  until  the  circuit  is  actually  broken. 

Fig.  4  shows  another  scheme  very  similar  to  that  just  described  which 
has  the  same  defect,  namely,  it  compensates  accurately  for  variations  of 
cold  junction  only  when  the  hot-junction  temperature  remains  constant. 
It  is  not  as  good  as  the  scheme  shown  in  Fig.  2  because  it  is  as  inaccurate 
and,  in  addition,  introduces  additional  resistance  in  the  millivoltmeter 
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circuit,  which  is  objectionable  becauBe  a  more  sensitive  miUivoltroeter 
must  be  used. 

Fig.  5  shows  another  scheme  of  automatic  cold-junction  compensation. 
The  resistors  a,  6,  c,  and  d  are  connected  in  the  form  of  a  Wheatstone 
bridge,  as  shown,  and  placed  near  the  cold  junction  of  the  thermocouple. 
Three  arms  of  this  bridge  are  made  of  resistances  having  a  zero  tem- 
perature coefficient,  such  as  manganin.  The  fourth  arm  is  made  of  a 
metal  having  a  h^h  temperature  coefficient,  such  as  nickel.    These 


Fesistor-s  B,Afiind D  are  ma/tqanin 

FlO,  4. — SXCOND  METBOD  UBINO  N 

resistances  are  adjusted  so  that  they  have  equal  resistances  at  some 
reference  temperature,  such  as  0°  C.  The  bridge  consequently  is  balanced 
at  this  temperature  and  no  difference  of  potential  due  to  the  battery 
Ba  appears  at  the  terminals  e  and  /■  If  the  temperature  of  the  cold  junc- 
tion changes,  the  resistance  of  the  nickel  coil  changes  and  throws  the 
bridge  out  of  balance.  This  changes  the  e.m.f.  across  the  terminals 
e  and  /  and  if  the  coils  are  properly  adjusted  will  exactly  neutralize  the 


Flo.  5. — Method  in  which 


Cold  JuncTions 

CONNECTED   IN    PORU    OP   WhBATSTONE. 


change  in  e.m.f .  at  the  cold  junction  of  the  thermocouple.  The  nickel 
resistance  c  is  made  low  in  comparison  to  the  total  resistance  in  the 
millivoltmeter  circuit,  so  that  resistance  changes  of  the  nickel  coil  do  not 
materially  chaise  the  total  resistance  in  the  millivoltmeter  circuit. 
Consequently  the  compensation  is  practically  correct  for  all  tempera- 
tures of  the  hot  junction  provided  the  voltage  at  the  terminals  of  the 
bridge  is  kept  constant.  Changes  in  the  voltage  of  the  battery  can  be 
corrected  for  by  means  of  a  rheostat  in  the  battery  circuit. 
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Other  methods  of  automatically  compensatiog  for  cold-junction  tem- 
perature changes  by  means  of  magnetic  shunts  and  other  devices  mounted 
on  the  miUivoltmeter  to  shift  the  position  of  the  pointer  have  been  used 
more  or  less  successfully.  The  cold  junctions  are  brought  to  the  miUi- 
voltmeter by  the  use  of  the  proper  lead  wire.  Fig.  6  shows  a  simplified 
diagram  of  connecUons  <A  the  Leeds  &  Northrup  splitMiircuit  potenti- 
ometer system  with  automatic  cold-junction  compensator.  The  current 
from  the  battery  Ba  divides  at  a  and  6,  one-half  passing  through  the  upper 
branch  which  includes  the  ehde  wire  S  and  resistances  G  and  B.  The  . 
lower  branch  includes  the  nickel  coil  D  and  the  resistance  C.  All  the 
resistances,  except  the  nickel  coil  D,  are  made  of  manganin  wire  having  a 
sero  temperature  coefficient.  The  current  in  the  two  branches  is  kept 
constant  by  adjusting  the  rheostat  R  until  the  drop  of  potential  across 


the  coil  C  is  equal  to  the  e.m.f.  of  the  standard  cell  W.  The  galva- 
nometer Ga  shows  when  a  balance  has  been  obtained.  In  the  recording 
instrument,  this  adjustment  is  made  automatically.  The  resistances  3 
and  C  are  high  and  are  so  chosen  that  the  resistances  in  the  two  branches 
are  equal.  The  nickel  coil  is  located  near  the  cold  junction  of  the  thermo- 
couple and  has  such  a  value  that  changes  in  cold-junction  temperature 
are  compensated  for  by  changes  in  the  drop  of  potential  across  this  coil 
caused  by  changes  in  its  resistance  with  temperature. 

The  value  of  the  compensating  coil  is  calculated  as  follows:  let  R  •= 
resistance  of  compensating  coU  D  at  reference  temperature;  c  =  change 
in  e.m.f.  of  thermocouple  per  degree  change  in  temperature  of  cold 
junction;  K  ~  temperature  coefficient  of  nickel  composing  compensating 
coil  per  ohm  per  degree;  t  =  temperature  change  of  cold  junction; 
i  =  current  in  branch  including  nickel  coil;  e  =  change  in  e.m.f.  of 
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thennocouple  due  to  temperature  change  t  of  cold  juQCtion;  ei  =  chaDge 
in  fall  of  potential  across  nickel  coil  due  to  temperature  change  t  of  cold 
junction. 

In  order  to  have  compensation  e  must  equal  ei . 

c  =  «i    e  =  et    ei  =  RKti 

ct  =  RKU       fi  =  ^^ 

Therefore  the  resistance  D  ia  made  equal  to  the  constant  quantity 

-~.  and  e  equals  ei  regardless  of  changes  in  temperature  of  the  cold 

junction. 

The  value  of  the  resistance  G  is  so  chosen  that  the  scale  starts  at  0° 
or  at  any  other  desired  temperature.  For  example,  suppose  the  tempera- 
ture range  is  from  0  to  1000'  C.  The  coil  G  will  be  equal  to  the  nickel 
coil  D  at  0°  C.  Suppose  both  the  hot  junction  and  the  cold  junction  are 
at  0°  C.  The  e-m,f .  of  the  thermocouple  will  be  zero  and  the  diiference  of 
potential  between  K  and  /  will  also  be  zero  because  the  resistance  of  D 
equals  that  of  G.  If  the  temperature  of  the  hot  junction  increases  to 
1000°  C.  and  the  cold  junction  stays  at  0"  C.  the  galvanometer  will  show 
a  balance  when  the  contact  K  is  at  the  extreme  right  side  of  the  scale 
(side  marked  H).  Now  suppose  the  temperature  of  the  cold  junction 
increases.  The  e.m.f .  of  the  couple  will  decrease  hut  the  resistance  of  the 
nickel  coil  increases  and  causes  a  decrease  in  the  e.in.f.  across  the  points 
J  and  K  that  exactly  compensates  for  the  decrease  in  the  e.m.f.  of  the 
thermocouple.  The  result  is  that  the  contact  K  remains  at  1000°  on 
the  scale,  which  is  the  temperatui-e  at  the  hot  junction. 

If  base-metal  thermocouples  are  used,  the  leads  connecting  the 
thennocouple  with  the  measuring  instrument  are  usually  of  the  aame 
material  as  the  thermocouples,  consequently  the  cold  junction  is  located 
at  the  measuring  instrument..  In  this  case  the  cold-junction  coil  is 
mounted  in  the  measuring  instrument.  If  noble-metal  couples  are  used, 
it  is  customary  to  use  copper  leads  to  the  thermocouple.  In  this  case 
the  cold-junction  coil  is  mounted  in  the  head  of  the  thermocouple  and 
connected  to  the  measuring  instrument  by  means  of  three  copper  wires. 
The  connections  are  as  shown  in  Fig.  7.  It  will  be  noted  that  the  b  and 
c  leads  are  in  opposite  branches  of  the  potentiometer  circuit  and  being 
of  equal  length  the  resistance  causes  no  error,  because  the  drop  in  poten- 
tial in  one  lead  is  compensated  for  by  the  drop  in  the  other  lead. 

If  the  metals  of  the  leads  connecting  the  thermocouple  have  the  same 
characteristics  as  the  metals  of  the  thennocouple,  the  cold  junction  wUl 
be  located  at  the  measuring  instrument  and  the  compensating  coil  can 
also  be  located  in  the  measuring  instrument,  thus  avoiding  the  use  of  the 
three  copper  leads  that  must  be  run  to  the  cold-junction  coil  when  it  is 
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mounted  in  the  head  of  the  thennocouple.  Patent  leads  composed  of 
baae-metal  alloya  that  give  the  same  e.m.f.  as  platinum  platinum  +  10 
per  cent,  rhodium  wires  can  be  obtained.  These  leads  can  be  used  to 
connect  the  platinum  platinum-rhodium  couples  to  the  measuring 
instrument.  The  use  of  these  leads  is  increasing  rapidly  and  where 
used  they  have  given  satisfaction. 


Fio.  7. — Connection  of  coliwdnction  coil  with  noble-hbtal  couple. 


DISCUSSION 

W.  H.  Bristol,  Waterbury,  Conn. — Five  schemes  for  automatically 
taking  care  of  the  cold  end  of  the  thermocouple  are  shown  and  attention 
is  called  to  the  different,  you  might  say,  limitations  of  these  schemes. 
They  give  perfect  automatic  connections  with  a  cold  end  for  a  certain 
predetermined  point  on  the  scale,  and  either  above  or  below  such  points 
there  would  be  over-compensation  or  under-compensation,  as  the.  case 


joovGoOt^lc 


DIBCUBSION  213 

may  be,  which  could  be  calcuiated  very  readily.  In  Bome  papers  pre- 
sented it  has  been  shown  what  the  linxitations  are.  I  would  like  to  men- 
tion that  each  of  the  first  four  schemes  shown  wae  developed  by  myseK 
or  the  company  I  represent,  and  we  have  patented  the  basic  principles 
of  them  all.  Our  latest  development  ia  a  thermoelectric  pyrometer  in 
which  the  cold  end  of  the  thermocouple  is  automatically  compensated 
for  the  entire  range,  which  can  be  anything  from  —0  through  the  work- 
ing range  of  a  thermoelectric  couple.  The  method  of  obtaining  this 
result  is  to  secure  to  the  controlhng  spring  inside  of  the  instrument  a 
length  of  bimetaUic  differential  thermpstatic  metal  so  that  it  unwinds 
or  winds  the  control  spring  to  suit  the  changes  that  occur  in  the  instru- 
ment itself.  The  thermocouple  is  extended  entirely  from  the  hot  end 
to  the  inside  of  the  instrument. 
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Use  (rf  Modified  Rosenhain  Furnace  for  Thermal  Analysto 

BT  H.   aCOTT,'  A.  B.,   AND  J.   K.   FKBKMAN,   JB.,*  B.   8.,   W48HINQTON,   D.   C. 
(Chioaco  Mcatinc,  S«pMtDb«r.  IBIS) 

In  a  paper  read  before  the  Institute  of  Metals,  Rosenhain'  described 
a  new  type  of  furnace  designed  primarily  for  the  thermal  analysis  of 
metals  by  the  ibversc-rate  method  and  used  by  him  in  the  metallurgical 
department  of  the  National  Physical  Laboratory  with  considerable 
success.  In  his  discussion  of  this  furnace,  Rosenhain  pointed  out  some 
difEculties  met  with  in  its  operation,  such  as  uniformity  of  rate  of  heating 
or  cooling  being  inadequate  for  the  degree  of  accuracy  aimed  at.  To 
overcome  this  difficulty,  he  suggested,  in  place  of  motor  propulsion,  a 
gravity  drive  controlled  by  a  "  hydraulic  cylinder  with  a  relief  valve  whose 
width  of  opening  can  be  regulated  to  allow  of  any  desired  rate  of  motion." 
The  authors,  ia  constructing  a  thermal-analysis  furnace  of  Rosenhaiu's 
type,  have  therefore  followed  this  sui^estion  and  also  added  certain 
features  that  increase  somewhat  the  convenience  and  simplicity  of  He 
operation.  Requests  for  information  regarding  this  furnace  and  the 
highly  satisfactory  results  obtained  from  its  use,  it  is  believed,  justify 
describing  its  construction  and  operation  in  sufficient  detail  to  make  pos- 
sible its  duplication  or  improvement. 

Description  of  Furnace. — The  details  of  the  furnace  construction  are 
shown  in  Fig.  I,  which  is  drawn  to  scale.  The  heating  tube  is  of  J4  in- 
(6.35  mm.)  wall  "alundum"  heated  at  the  upper  end  by  seventeen  turns 
of  0.52  mm.  platinum  wire,-which  is  coated  with  "alundum"  cement 
BuppUed  for  this  purpose.  The  cement  coating  is  essential  when  a  high 
temperature  (over  1000*  C.)  is  required,  as  it  prevents  hot  spots  with  the 
resulting  burning  out  of  the  heater.  This  platinum-wire  winding,  unlike 
"nichrome,"  is  entirely  satisfactory  for  temperatures  of  at  least  1000°  C. 
It  has  been  maintained  at  that  temperature  continuously  for  2  months  and 
shows  no  signs  of  deterioration.  This  temperature  is  maintained  by  a 
current  of  5  amp.  drawn  from  30  volts  potential,  so  its  necessarily  con- 
tinuous operation  is  quite  economical. 

The  furnace  ia  heated  at  the  top,  as  is  Roaenhain's,  to  avoid  convection 
currents,  but  the  sample  in  its  containing  tube  is  introduced  from  the  bot- 
tom, or  cold  end.  This  removes  the  disadvantages  of  his  method,  which 
consist  of  inconvenience  in  position  of  the  sample  and  control  apparatus 

*  Assietant  PhyBicist,  U.  S.  Bureau  of  Standards. 

1  Some  Appliances  for  Metallographio  Research.     Jnl.  Infit.  Metals  (ISlfi)  U,  160. 
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and  the  heating  of  some  part  of  the  sample  tube  at  all  times  to  the  maxi- 
mum temperature  of  the  furnace.  The  latter  disadvantage  may  prove 
serious  in  the  event  of  slight  inhomogeneitiee  in  the  thermocouple  wire. 
DeaeripHon  of  Elevating  Mechanism. — The  details  of  the  rate-control 
mechanism  are  shown  in  Fig.  2.  The  weights  K  (total  weight  15  lb. 
— 6.8  kg.)  operating  over  pulleys  supply  the  force  to  lift  the  elevator 
B  and  the  weight  J  (2  lb.)  to  lower  it.  The  rate  of  moticm  of  the  tube  C 
clamped  on  the  elevator  is  controlled  by  the  flow  of  oil  from  one  end  of  the 
cylinder  L  to  the  other  through  the  needle  valve  M.  The  oil  cylinder  is  kept 
open  to  the  air  and  filled  with  a  good  grade  o{  engine  oil,  care  being  taken 
that  the  oil  is  free  from  dirt  and  air  bubbles,  which  might  easily  cause  vari- 


Fio.  3. — Sauple 


ations  in  the  rate  of  motion  of  the  plunger.  The  sample  tube  C  is  held 
and  centered  with  three  setscrews  in  a  sleeve  D,  which  fits  into  a  receptacle 
on  the  elevator  facilitating  rapid  changing  of  the  sample.  A  guide  rod 
F  prevents  rotation  of  the  elevator  and  steadies  its  motion. 

Details  ofOpertUion.—The  differential  method  of  obtaining  curves  may 
be  used  with  this  furnace,  but  the  experience  of  the  authors  has  been 
that  more  valuable  and  satisfactory  results  are  obtained  by  use  of  the 
inverse-rate  method,  which  accordingly  has  been  used  almost  exclusively. 
The  adoption  of  the  inverse-rate  method  limits  the  pyrometric  require- 
ments to  &  single  thermocouple  and  potentiometer.  This  permits  of  the 
use  of  a  somewhat  novel  method  of  mounting  samples,  first  used  by  Bur- 
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gess  and  Crowe*  in  their  researches  on  pure  iron.  This  method  is  illus- 
trated in  Fig.  3.  The  operations  involved  consist  simply  of  cutting  a 
0.5  mm.  slot  in  the  sample  with  a  small  hack  saw  and  riveting  in  this 
slot  the  flattened  head  at  the  hot  janction  of  a  platinum-90  platiuum- 
10  rhodium  thermocouple  in  the  form  of  0.5-mm.  diameter  wire.  The 
mounted  sample  is  sealed  in  the  quartz  tube  and  a  vacuum  maintained 
through  the  bra^plug  connection. 


FtO.  4. ASSEIIBLED  FURNACE  AND  ADXILIABT  APPABATOe. 


This  method  of  mounting  has  the  advantages  of  good  thermal  con- 
tact between  sample  and  thermocouple,  use  of  small  samples^usualJy 
H  by  ^2  by  %  in.  (3.2  by  7.15  by  g.S'mm.)  weighing  about  1.7  gra. 
— with  the  consequent  elimination  of  detectable  thermal  gradients 
and  ease  of  preparation  of  samples.  Its  chief  disadvantage  is  the  slight 
contamination  of  the  thermocouple  resulting  from  close  contact  with  the 
sample  at  high  temperatures.  This  source  of  error  is  easily  avoided  by 
using  a  homogeneous  thermocouple  and  frequently  removing  the  short 
length  subject  to  contamination.  A  check  can  be  had  on  the  accuracy  and 

'  The  Critical  Ranges  Ai  and  Aj  of  Pure  Iron.  U.  S.  Bureau  of  Standards  Sd, 
Paper  213. 
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senaitivtty  of  the  apparatus  under  actual  operating  condttiqns  by  taking 
curves  on  piire  iron,  the  transformation  At  of  which  has  a  maximum  heat 
effect  very  constant  at  708°  C*  independent  of  rate  of  temperature  change. 
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Pio,  5. — Thbrmal  curves  or  2S-pek  c 


The  temperature  measurements  are  made  with  a  dial  potentiometer 
and  the  time  intervals  are  recorded  on  a  drum  type  chronograph,  which 


'  Burgeee  and  Crowe:  loc.  dx. 


nyGoot^lc 


220      TI8E  OF  UODIFIRD  BOSENHAIN  FURNACE  FOB  THERMAL  ANALTBIS 

instruments  have  already  been  described.*  The  assembled  apparatus 
is  shown  in  Fig.  4. 

A  heating  and  cooling  curve,  characteristic  of  the  furnace,  taken  on  a 
transformationlesfi  (28  per  cent,  nickel)  steel  over  the  temperature  range 
50°  to  1000°  C,  is  shown  in  Fig.  5,  each  curve  being  divided  into  two  sec- 
tions for  convenience  in  reproduction.  Curves  of  a  steel  showing  several 
critical  points  of  small  intensity  and  taken  with  this  apparatus  are 
available  in  the  work  of  one  of  the  present  authors.'  It  may  be  noted 
that  the  rate  of  temperature  chaise  is  somewhat  slower  at  the  lower 
temperatures  than  at  the  higher,  as  would  be  expected,  but  that  the 
change  is  not  sufficient  to  obscure  a  transformation  occurring  anywhere 
between  100°  and  1000°  C.  This  change  in  rate  is  emphasized  at  the 
lower  temperatures  by  the  parabolic  form  of  the  relation  between  the  tem- 
perature and  the  electromotive  force  of  the  platinimi  couple,  for  the 
curves  are  plotted  with  time  of  unit  electromotive  force  change  as  abscis- 
sas as  a  matter  of  convenience.  The  actual  rate  change  can  be  reduced, 
and  probably  eliminated  for  a  given  rate,  by  using  a  metal  cylinder  or 
"alundum"  tube  tapered  to  increase  the  heat  conduction  at  the  lower 
temperatures. 

It  might  be  apprehended  that  the  gravity  drive  would  impart  an 
extended  acceleration  to  the  elevator  instead  of  a  uniform  velocity,  but 
that  the  time  required  for  the  rate  to  become  uniform  is  slight  is  shown  by 
the  short  curves,  on  the  right-hand  side,  obtained  by  bringing  the  sample 
to  the  constant  temperature  des^nated  and  then  taking  readings  from 
the  time  of  opening  the  valve.  The  time  required  for  the  rate  to  become 
normal  for  that  valve  setting  is  only  6H  J^i^-  on  heating  and  4^  mln. 
on  cooling,  while  the  corresponding  temperature  interval  is  only  33°  and 
35°  C.  This  is  an  extremely  useful  characteristic  of  the  furnace,  as  it 
enables  the  separation  of  one  transformation  superimposed  on  the  end 
of  another  by  holding  the  sample  at  a  temperature  at  which  the  first 
transformation  will  complete  itself  and  then  starting.  It  also  facilitates 
the  study  of  the  effect  of  time  of  holding  in  the  proximity  of  the  trans- 
formation temperature  on  its  position;  that  is,  determining  the  limits  of 
the  transformation  temperature  at  what  amounts  to  zero  rate  of  tem- 
perature change. 

The  authors  wish  to  acknowledge  the  skill  contributed  by  Mr.  F.  E. 
Mann  in  the  construction  of  this  furnace  and  the  assistance  of  Miss  H.  G. 
Movius  and  Mr.  H.  A,  Wadsworth  in  its  successful  development. 

'  Burgeaa  and  Crowe:  loc.  cit.  Dr.  P,  D.  Merica  haa  substituted  &  pair  of  atop 
watches  for  the  costly  chronograph  with  good  results  providing  the  time  interval  is 
greater  than  15  sec. 

'  Scott:  TraTia.  (1920)  63.     Also  U.  S.  Bureau  of  Standards  Set.  Paper  335. 
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A  Hot-wire  Anemometer  with  Thermocouple 

BT  T.    a.    TATLOH,*   PH.    D.,    EAST    PITT8BUB0H,    PA.  • 

(ChioMO  MMtinf,  Stptambar,  IBIB) 

The  development  of  the  linear  hot-wire  anemometer  has  been  chiefly 
due  to  the  efforts  of  L.  V.  King'  and  A.  E.  Kennelly  and  H.  S.  Sanborn.* 
The  anemometers  used  by  these  investigators  consisted  essentially  of  a 
fine  heating  wire  having  attached  leads  for  resistance  measurements  at 
distances  of  10  or  more  centimeters  from  each  other.  In  using  such  an 
anemometer,  the  current  is  measured  that  is  necessary  to  mwntain  the 
resistance  of  the  wire,  between  the  two  leads,  constant  for  different  air 
velocities.  This  resistance  is  always  so  chosen  that  the  temperature 
'of  the  heating  wire  will  be  sufficiently  high  to  make  the  observations 
practically  independent  of  smftU  variations  in  the  temperature  of  the  gas 
in  which  the  anemometer  is  placed.  The  measurement  of  the  resistance 
of  the  anemometer  wire  requires  a  Kelvin  bridge  set  up,  which  for  com- 
mercial work  is  not  altogether  desirable.  The  cooling  effect  due  to  differ- 
ent air  velocities  depends  on  the  temperature  difference  between  the 
wire  and  the  gas  and  the  total  quantity  or  mass  of  gas  passing  the 
wire  per  unit  time.  Since  the  temperature  of  the  wire  is  maintained 
constant,  the  effect  observed  in  the  change  in  the  heating  current  for  a  given 
change  in  air  velocity  is  a  measure  of  the  difference  between  the  gas  flow  in 
the  two  cases.  Such  an  anemometer,  therefore,  measures  the  average  gas 
flow  for  a  length  depending  on  the  distance  between  the  two  resistance 
leads.  Therefore  the  instrument  in  the  form  used  thus  far  is  not  very 
satisfactory  for  measuring  gas  velocities  in  small  tubes  or  in  places  where 
the  velocity  varies  rapidly  across  the  Une  of  flow. 

For  the  purpose  of  measuring  gas  fiow  through  relatively  small  tubes, 
where  the  velocity  changes  rather  rapidly  across  the  tube,  the  hot-wire 
anemometer  has  been  modiiied  in  the  manner  shown  diagrammatically 
in  Fig.  1.  It  consists  essentially  of  a  platinum  heating  wire  H  about  0.007 
in.  (0.178  mm.)  in  diameter  and  3^  to  1  in.  (12.7  to  25.4  mm.)  long 
stretched  across  a  suitable  framework,  say  of  glass.  This  wire  has 
attached  at  its  mid-point  a  copper-constantan  thermocouple  made  of 
0.002-in.  (0.05  mm.)  wire,  C,  A. 

*  Research  Phy«ciat,  Westingbouse  Reseftrch  Laboratory. 

'L.  V.  King:  PkU.  Trant.  Ray.  Soc.  London  (1»14)  A  814,  373-432.  Proe.  Roy. 
Soe.,  London  (1914)  A  M^  563-570. 

*  A.  E.  Kennelly  and  H.  S.  Sanboni:   Proc.  Amer.  Phil.  Soc.  (1914-15)  U,  65-77. 
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In  using  the  instrument,  it  baa  been  found  quite  satisfactory  to  measure 
the  current  necessary  to  maintain  the  temperature  of  the  wire  as  deter- 
mined by  the  thermocouple,  say  200°  C.  above  the  temperature  (^  gas  in 
which  it  is  placed.  The  temperature  can  be  measured'  by  means  of  a 
thermocouple  potentiometer  indicator,  such  as  is  sold  by  Leeds  &.  North- 
rup.  The  current  can  be  measm^d  either  by  means  of  a  firstr-class  amme- 
ter or  by  jneane  of  a  standard  resistance  and  potentiometer  system. 

This  anemometer  can  be  ao  arranged  as  to  be  placed  in  various  posi- 
tions in  a  tube  of  any  size  and  still  not  interfere  seriously  with  the  air  velo- 
city.   The  heating  wire  can  be  coiled  and  occupy  a  relatively  small  area 


Fig.  1. — MoDUiED 

or  can  be  stretched  straight,  as  indicated  in  the  figure.  By  use  of  the 
thermocouple,  the  temperature  of  the  gas  at  the  point  where  the  velocity 
is  desired  can  be  readily  obtained  when  there  is  no  current  Sowing  through 
the  wire.  If  direct  current  is  used,  the  mean  value  of  the  readings  ob- 
tained for  current  flowing  in  each-direction  should  be  used;  this  will  avoid 
the  possibihty  of  any  error  arising  due  to  the  thermocouple  wires  not  being 
at  exactly  the  same  point  on  the  wire.  By  using  alternating  current  for 
heating  the  wire,  this  error  is  also  avoided. 

The  anemometer  is  cahbrated  in  the  way  described  by  King*  and 
Kennelly.*  This  can  be  done  by  having  it  on  an  arm  that  can  be 
revolved  at  various  speeds.  A  curve  showing  the  relation  between  the 
speed  of  the  wire  through  air  at  room  temperature,  about  21"  C,  and  the 
current  necessary  to  maintain  the  thermocouple  junction  at  a  tempera- 
ture of  200°  C.  is  shown  in  Fig,  2. 
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The  abscissas  represent  the  velocity,  in  feet  per  minute,  and  the  ordi- 
natcs  the  corresponding  currents,  in  amperes,  necessary  to  maintain  the 
temperature  of  the  wire  at  200°  C.  This  curve  was  obtained  by  revolving 
the  anemometer  on«n  arm  4)^  ft.  (1.37  m.)  long  in  a  horizontal  plane. 
Such  a  device  does  not  give  a  very  uniform  swirl  to  the  air.  More  recent  * 
work  has  been  done  by  having  the  anemometer  calibrated  when  it  is  on  a 
revolving  disk  2J^  ft,  (0.762  m.)  in  diameter.  This  gives  a  very  uniform 
swirl  to  the  air  and  hence  it  can  be  accurately  corrected  by  revolving  the 
disk  when  the  anemometer  is  in  a  stationary  position.  The  revolving 
disk  can  also  be  placed  in  an  oven  so  that  the  anemometer  can  be  calibra- 
ted in  the  air  at  various  temperatures  up  to  100"  C,  at  least,  and  possibly 
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200°  C.  Such  an  anemometer  has  the  advantage  of  really  measuring 
the  total  gas  flow  at  a  point  and  at  the  same  time  is  useful  in  measuring 
the  gas  flow  in  places  where  the  temperature  as  well  as  the  velocity  of 
the  gas  is  changing  from  point  to  point.  Such  cases  would  exist,  for- 
example,  in  a  tube  having  a  heater  wound  around  it. 

In  the  eahbration  of  the  anemometer,  the  current  and  thermocouple 
connections  are  made  to  the  anemometer  by  means  of  slip  rings  and  con- 
tact brushes  on  the  revolving  shaft.  It  was  not  found  necessary  to  use 
low-resistance  mercury  contacts,  as  is  the  case  when  the  resistance 
measurements  are  made  by  means  of  a  Kelvin  bridge,  as  was  done  by 
King  and  others.  Occasional  parasitic  currents,  due  to  imperfect  brush 
contact  and  temperature  changes,  arose  while  calibrating,  but  they  are 
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readily  detected  and  eliminated  by  the  method  of  reversals  of  current  and 
by  noting  the  thermocouple  readings  where  the  anemometer  heating 
wire  has  no  current  through  it.  By  the  use  of  an  accurate  thermocouple 
potentiometer,  for  measuring  the  temperature  of  the  wire  and  a  potenti- 
ometer for  measuring  the  heatii^  current,  very  accurate  velocity  n 
ments  can  be  obtained.  In  using  this  instrument,  it  is  only  i 
first  of  all  to  measure  the  temperature  of  the  air  by  means  of  an  attached 
thermocouple  at  the  point  in  question  before  putting  any  heating  current 
through  the  platinum  wire,  and  then  to  measure  accurately  the  current 
necefieary  to  maintain  the  heating  wire.  Bay  200°  C,  above  that  of  the  air 
in  which  it  is  placed.  Then,  by  referring  to  the  corresponding  calibration 
curve,  similar  to  the  one  shown  in  Fig.  2,  the  velocity  is  readily  obtained. 

In  addition  to  the  thermocouple-type  of  anemometer  described,  it  has 
been  found  that  a  resistance  type  similar  to  the  ones  used  by  King, 
Kennelly,  and  others,  can  be  used  quite  satisfactorily.  Instead  of  havii^ 
the  leads  for  resistance  measurements  to  the  heating  wire  [daced  far  apart 
(10  cm.  or  more)  they  are  placed  close  together.  Then,  in  calibrat- 
ing and  using  the  anemometer  the  potentiometer  is  used  to  measure 
the  drop  between  the  potential  leads.  This  drop  is  maintained  constant 
for  all  velocities  and  the  values  of  the  current  necessary  to  maintain  this 
potential-drop  constant  is  observed.  The  potential  leads  between  which 
the  potential  drop  is  measured  should  be  of  as  fine  wire  as  posmble  in 
order  to  avoid  unnecessary  loss  of  heat  by  conduction.  The  latter  type 
is  a  little  easier  to  construct,  as  it  is  somewhat  easier  to  weld  one  small 
platinum  wire  to  a  larger  one  than  it  is  to  weld  a  small  copper-constantan 
thermocouple  junction  to  a  larger  platinum  wire  and  get  the  two  wires 
at  exactly  the  same  point  on  the  platinum  wire. 

Complete  details  of  the  experimental  results  employii^  the  use  of 
these  instruments  in  measuring  the  gas  flow  through  tubes  of  various 
sines  and  shapes  will  be  given  in  a  later  paper. 

SUUMARY 

1.  A  hot-wire  anemometer  consisting  of  a  small  platinum  heating 
wire  and  having  a  copper-constantan  thermocouple  attached  at  its  mid- 
point has  been  developed  and  found  to  be  useful  in  measuring  the  dis- 
tribution of  gas  flow  across  small  channels. 

2.  The  same  instrument  can  be  used  even  though  the  temperature 
may  vary  from  point  to  point  across  the  channel. 

3.  A  hot-wire  anemometer  of  the  usual  type  but  which  has  the  leads 
generally  used  for  the  resistance  measurements  placed  quite  close  to- 
gether has  been  found  very  satisfactory  when  it  is  used  so  that  observa- 
tions are  made  of  the  current  necessary  to  maintain  a  definite  drop 
between  the  potential  leads  for  varioiis  velocities. 
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High-temperature  Thermometers 

BT   R.    H.    WILHBLU,*  WASHINUTON,  D.   C. 
(Cbickco  MMtina,  Septmnb«r,  1B19) 

HiOH-TEifPEKATUBE  thermometry,  aa  treated  in  this  paper,  deals  with 
the  measurement  of  temperature  in  the  range  100°  to  550°  C.  The 
lower  limit  corresponds  to  the  temperature  of  boiling  water  at  normal 
atmospheric  pressure,  the  upper  limit  is  approximately  the  highest  tem- 
perature to  which  a  mercury-in -glass  thermometer  may  be  safely  sub- 
jected.' In  this  range  the  domains  of  pyrometry  and  thermometry 
overlap  somewhat,  for  high-temperature  resistance  thermometers  and 
thermocouples  generally  classed  as  pyrometers  are  often  used  below 
550°  C.  This  paper  will  be  confitied  to  high-temperature  mercurial 
thermometers,  and  indicating  and  recording  thermometers  of  the  vapor 
pressure,  liquid  or  gas  filled,  and  bimetallic  or  graphite-metal  expansion 
types,  a  classification  of  which  is  as  follows: 


Mercurynn-glu 
(mercurial) 


Indicating  and 
recording 


...  J  Etched  or  engraved  stems 

Laboratory-  |  j^_.,_^  ^^^  (Einachluss) 

Industrial 

(Vapor  pressure 
Liquid  filled 
Gas  liUed 
Bimetallic 
Graphite-metal  expansion 


HlQH-TGMPEBATURE  MeBCURIAL  ThEBMOHETEBS 

In  the  laboratory  the  so-called  engraved  or  etched-stem  thermometer 
is  more  generally  used  than  the  enclosed  scale  or  "einschluss"  type. 
For  some  classes  of  work,  and  especially  under  high-temperature 
conditions,  the  enclosed-scale  thermometer  has  some  advantages  over  the 
etcbed-scale  tyi>e,  in  that  the  coloring  matter  in  the  graduation  lines 
cannot  be  removed  by  solvents,  the  thermometer  can  be  repaired  if  only 

*  Associat«  Physicist,  U.  S.  Bureau  of  Standards. 

'  Quarti  glass  thermometers  filled  with  mercury  under  pressure  have  been  con- 
structed to  measure  temperatures  up  to  750°  C;  they  are  not  used  in  this  country, 
however,  except  to  a  negligible  exK^nt.     Reports  as  to  their  behavior  have  not  been 
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the  outer  tubing  is  broken,  and  parallax  may  be  avoided  by  a  simple 
procedure.  The  disadvantages,  however,  may  offset  the  good  features. 
The  scale  is  liable  to  become  loose,  and  this,  as  well  as  the  failure  of  the 
scale  and  capillary  tubing  to  be  in  close  contact  with  each  other,  may  in- 
troduce uncertain  errors.  The  computation  of  the  correction  for  emerg- 
ent stem  is  also  more  unreliable  by  reason  of  the  uncertainty  as 
to  the  actual  temperature  inside  the  ^ass  tubing  of  an  enclosed-scale 
thermometer. 

Fig.  1  sbows  characteristic  types  of  etcbed-stem  high-temperature 
laboratory  thermometers.     The  first  instrument  a  is  the  type  used  as  a 


Fio.  1. — Types  of  HiaH-TEMPEBATUKE  MERcuKir-iN-oi.A8a 


standard  at  the  Bureau  of  Standards  in  the  range  300°  to  530"  C.  The 
second  6  is  a  continuous-scale  instrument  used  for  making  distillation 
tests  and  graduated  0°  to  400"  C.  in  1°  for  total  immereioQ.  The  third 
c  is  a  20°  to  750"  F.  thermometer  divided  into  2°  intervals  for  partial  im- 
mersion and  is  used  In  oil  testing  or  other  industrial  work. 

In  the  use  of  high-temperature  thermometers,  the  ice-point  gradua- 
tion (0°  C,  32°  F.)  is  very  desirable  for  checking  purposes.  If  it  is  neces- 
sary to  use  a  thermometer  for  partial  immersion,  that  is  with  the  bulb 
and  only  a  part  of  the  stem  heated,  it  is  advisable  to  use  the  continuouB- 
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scale  type  bore  rather  than  the  standard  type  a,  especially  if  the  enlarge* 
ment  in  the  capillary  shown  between  the  0°  and  295°  marks  projects 
into  the  air,  which  is  much  cooler  than  the  bulb.  Large  and  uncertain 
errors  may  be  introduced  by  using  a  thermometer  under  these  conditions. 
It  is  not  necessary  or  advisable  to  graduate  thermometers  to  be  used 
in  the  range  200°  to  550°  C,  into  intervals  smaller  than  1°  or  2°  C-  The 
undeairftbility,  except  under  unusual  conditions,  of  specifying,  for  example, 
six  thermometers  graduated  in  0.1°  intervals  with  a  scale  range  of  25° 
each  to  cover  the  range  200°  to  350°  C.  instead  of  one  instrument  gradu- 
ated into  1°  or  0.5°,  caimot  be  too  strongly  emphasized.  These  short- 
range  thermometers  are  seldom  provided  with  ice-point  graduations  for 
checking,  and  for  this  reason  cannot  be  standardized  to  even  as  high  a 
degree  of  accuracy  as  thermometers  divided  into  1°  or  0,5°  intervals. 
Very  little  is  to  be  gained  therefore  by  attempting  to  read  these  short- 


Tablb  1. — Accuracy  Data  of  Laboratory  ThermomeUra 
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scale  instruments  to  0.05  "  C.  or  0.01"  C.  when  the  maximum  obtainable 
accuracy  is  from  0,1°  to  0,5°  C. 

Table  1  gives  accuracy  data  for  laboratory  thermometers  in  the  range 
lOO'C.  toSOO'C,  and  212''F,  to  lOOCF.  Thistable  was  compiled  for  use 
at  the  Bureau  of  Standards,  and  is  applicable  only  to  thermometers  of  the 
laboratory  type  used  under  total-immersion  conditions;  i.e.,  with  bulb 
and  stem  containing  the  mercury  column  at  the  same  temperature. 
The  maximum  errors  allowed  in  the  table  represent  the  probable  magni- 
tude of  the  error  that  may  be  expected  of  the  best  grades  of  thermometers. 
This  degree  of  accuracy  cannot  always  be  expected  of  cheaper  grades  of 


Pia,  2. — Indubtrial  type  of  mbrcvry-in-olabs  thermometer, 

thermometers,  or  of  partial-immersion  thermometers.  The  table  em- 
phasizes the  necessity  for  obtaining  and  applying  corrections  to  the  read- 
ings of  thermometers,  especially  if  high  accuracy  is  desired. 

Industrial  TkermoTneters.—The  use  of  the  chemical  or  laboratory 
type  of  mercurial  thermometer  is  restricted,  as  the  name  implies,  to 
the  laboratory  since  unprotected  gla^s  thermometers  are  much  too  frail 
to  withstand  the  rough  usage  of  the  plant  and  shop,  and  are  comparatively 
difficult  to  read  as  well. 

There  has,  therefore,  been  developed  what  is  generally  known  as  the 
industrial  type  of  mercurial  thermometer.  As  shown  in  Pig.  2,  it  is  char- 
acterized  by  a  heavy  metal  back  and  protecting  tube  for  the  bulb,  large 
and  distinct  figures  and  graduation  marks,  and  threaded  connections  for 
attaching  the  instrument  firmly  and  quickly  to  some  part  of  the  apparatus. 
This  general  design  is  used  for  instruments  for  many  different  operations, 
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covering  ranges  of  temperature  from  -  40°  to  1000°  F.  The  inHtruments 
necessarily  must  be  graduated  and  standardized  for  the  condition  of 
uae,  that  is  for  partial  immersion  of  the  mercury  column. 

It  will  be  noted,  from  the  cross-section  view  of  the  bulb  and  protecting 
case  of  the  industrial  thermometer,  that  the  bulb  does  not  come  into  direct 
contact  with  the  substance  the  temperature  of  which  is  to  be  measured 
and  that  the  bulb  is  surrounded  by  large  metal  parts  which  extend  into 
a  re^on  that  has  a  temperature  different  from  that  of  the  bulb.  These 
two  pecuUaritiee  must  be  taken  into  consideration  in  the  use  of  these 
thermometers.  Since  the  bulb  is  not  in  direct  contact  with  the  heated 
substance,  the  time  that  it  requires  to  take  up  changes  in  temperatures 
is  greater  than  that  necessary  for  a  bare  bulb.  This  "lag,"  as  it  is  called, 
can  be  reduced  by  filling  the  space  between  the  bulb  and  the  outer  wall 
of  the  casing  with  a  good  conducting  medium.  The  most  satisfactory 
substance  to  use  for  temperatures  below  200°  C  ismercury.  Experiments 
made  at  the  Bureau  have  demonstrated  that  the  lag  of  an  instrument 
read  in  steam  at  100°  C.  with  mercury  surrounding  the  bulbwasone-halfto 
one-third  as  great  as  when  powdered  graphite,  oil,  or  air  was  used. 
Obviously  mercury  cannot  be  used  at  the  higher  temperatures,  and  heavy 
oils  are  usually  substituted. 

This  lag,  however,  may  not  be  as  great  a  source  of  error  as  the  actual 
variance  that  may  be  noted  in  the  readings  of  these  thermometers  when 
used  to  measure  the  same  temperature,  but  under  varying  conditions, 
as  r^ards  construction  of  the  protecting  case  surrounding  the  bulb,  the 
material  into  which  the  bulb  is  immersed,  i.e.,  whether  liquid,  vapor,  or 
gas,  the  rate  of  flow  of  the  material  past  the  bulb,  and  the  exterior  con- 
ditions surrounding  the  protecting  stem.  These  variations  can  be  under- 
stood by  an  examination  of  the  construction  of  the  thermometer  and  an 
analysis  of  the  means  whereby  the  heat  is  either  conducted  to  the  bulb 
of  the  instrument  or  is  lost  by  conduction  to  the  air  by  way  of  the  heavy 
metal  parts.  There  are  no  published  results  of  reliable  investigations 
regarding  the  magnitude  of  the  influence  of  all  of  these  factors. 

If  industrial  thermometers  are  used  to  indicate  only  changes  in  the 
temperature  of  a  process  and  not  to  give  actual  temperatures,  it  may 
not  be  necessary  to  consider  the  various  sources  of  error  enumerated. 
But  these  instruments  cannot  be  depended  on  to  give  reliable  indications 
of  true  temperatures  unless  they  are  cahbrated  or  standardized  under  the 
same  condition  as  that  of  use,  and  after  being  put  in  use  these  conditions 
must  not  be  changed. 

Emergent-stem  Error  of  Mereury^n-Glass  Thermometers. — In  discus- 
aing  the  sources  of  error  and  precautions  to  be  observed  in  the  use  of 
high-temperature  mercurial  thermometers,  especially  of  the  laboratory 
type,  the  question  of  emergent-stem  error  is  perhaps  of  first  importance. 
tt  is  common  practice  to  graduate  and  standardize  thermometets  for  the 
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coDdition  that  the  bulb  aad  the  part  of  the  stem  containing  the  mercury 
are  at  the  same  temperature.  This  process  is  called  graduation  and  stan- 
dardization for  total  immersion.  It  is  necessary  to  adopt  such  a  prac- 
tice, for  the  exact  conditions  of  immersion  to  which  a  thermometer  will  be 
subjected  are  not  generally  known.  Some  manufacturers  point  part 
of  their  stock  thermometers  for  other  conditions  of  immersion,  such  as 
3  in.,  claiming  that  this  condition  has  a  wider  application  than  that  of 
total  immeraion.  For  lower  ranges  in  temperature  (below  100°  C.)  this 
method  of  pointing  may  have  some  advantages,  and  can  introduce  but 
a  small  error.  For  higher  temperatures,  it  would  seem  undesirable  co 
adopt  a  3-in,  immersion  for  a  standard  condiiion. 

In  the  actual  use  of  a  thermometer,  it  is  quite  often  impossible  to 
observe  the  conditions  of  total  immersion  of  the  mercury  column,  and 
many  Instruments  must  be  used  with  the  bulb  only,  or  the  bulb  and  a 
very  small  part  of  the  stem  heated.  The  remainder  of  the  stem,  contain- 
ing the  mercury  column,  is  usually  at  a  temperature  considerably  lower 
than  the  bulb,  and  the  original  calibration  of  the  instrument,  if  for  total 
immersion,  will  not  hold.  The  thermometer  reads  too  low  under  these 
conditions.  It  is  always  possible  to  compute  the  approximate  correction 
to  apply  to  the  reading  to  reduce  it  to  standard  conditions  by  means  of 
the  formula' 

S  =  an{T-l) 

where  5  =  correction  to  be  appUed  to  reading;  a  =  factor  representing 
relative  expansion  of  mercury  in  glass;  n  =  number  of  degrees  of  mer- 
cury emergent  from  bath;  T  =  temperature  of  the  bulb  or  bath;  (  = 
average  temperature  of  emergent  mercury  column.  Of  these  factors,  a  can 
be  taken  to  be  0.00016  for  centigrade  temperatures  orO.00009  for  Fahren- 
heit. The  value  of  n  is  observed.  T  can  be  approximated  by  using 
the  reading  of  the  thermometer  and  if  a  higher  degree  of  accuracy  is 
desired,  a  second  approximation  can  be  made  by  adding  the  correction 
first  found  to  the  reading  and  using  this  value  for  T  to  obtain  a  second 
correction.  The  value  of  {  is  most  difficult  to  secure  accurately,  but 
it  can  be  taken  to  be  approximately  the  reading  given  by  an  auxiliary 
thermometer,  the  bulb  of  which  is  placed  about  three-fourths  the  way 
down  the  exposed  mercury  thread.  A  moreaccuratemethodfor  obtaining 
t  is  to  use  what  is  known  as  a  "faden"  or  thread  thermometer.  This 
thermometer,  which  is  designed  to  give  the  average  temperature  of  a 
given  length  of  mercury  column,  is  indispensable  to  the  testing  laboratory 
where  accurate  determinations  of  stem  corrections  must  be  made.     The 

»  E.  lUmbach  [Zeil.  Inst.  (1800)  10,  153,  292]  gives  atein.^«)[Tection  tables,  which 
have  been  widely  published.  Their  application  is  limited,  however,  as  the  data  were 
obtained  by  using  special  thermometers  in  distillsticm  apparatus. 
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theory  of  stem  correction  and  the  use  of  faden  thermometers  are  discussed 
more  in  detail  in  a  paper  by  Buckingham.* 

For  the  processes  in  which  the  immersion  of  the  thermometer  is 
definitely  known,  thermometers  can  be  previously  graduated  for  the 
required  immersion.  It  should  be  understood  that  partial-immersion 
thermometers  are  subject  to  error  unless  the  conditions  under  which  the 
thermometer  is  used  exactly  correspond  to  those  of  pointing  or  standard- 
isation. Thus,  changes  in  the  room  temperature  or  temperature  condi- 
tions surrounding  the  stem  may  introduce  errors  of  several  degrees. 
However,  when  a  h^h  d^ree  of  accuracy  is  not  desired,  it  is  probably 
more  satisfactory  to  use  these  partial-immersion  instruments  than  to 
attempt  a  stem  correction  with  a  total-immeraion  thermometer.  Ther- 
mometers so  graduated  should  be  marked  preferably  with  a  ring  around 
the  stem  indicating  the  depth  of  immersion  and  also  with  a  statement 
to  this  effect  on  the  stem.  It  can  be  assumed  generally  that  the  ther- 
mometers not  so  definitely  marked  will  give  erroneous  results  if  used 
other  than  total  immersion. 

A  few  tests  in  which  thermometers  are  used  under  partial-immersion 
conditions  have  been  investigated  at  the  Bureau  of  Standards  and  stem 
correction  data  obtained.     The  results  are  given  in  Tables  2  to  4.     The 

Table  2. — Stem  Correction  Data  for  CleveJand  Operi-cup  Flask  and 

Fire-point  Tester.     Thermometer  Range  -20°  to  760°  F. 

in  2°  Intervals,  Length  About  15  In. 

K'tdint  .     ^X^P™™'/     I   „?P™™^*M:i;i!!„   I        stem  Correction, 

^*"*™'^-  D««rM.F?  Column.  Docr.«i  F.     i  D^r«.  F. 


200 

1      208 

174 

0.6 

300 

,      308 

177 

3.5 

400 

1      408 

177 

S.S 

500 

508 

187 

15.0 

600 

608 

203 

23.0 

diameter  of  the  bulb  of  the  flask  used  in  the  experiments,  the  results  of 
which  are  given  in  Table  3,  was  8  cm.,  diameter  neck  2  cm.,  height  of 
neck- 15  cm.,  distance  of  bottom  of  outlet  tube  to  top  8  cm.  The  ther> 
mometer  range  was  0°  to  400°  C,  in  1°  intervals,  the  length  of  the  ther- 
mometer was  40  cm.  The  thermometer  used  for  obtaining  the'  results 
given  in  Table  4,  up  to  150°  C,  was  graduated  from  40°  to  160°  C.  in  1° 
intervals  and  had  a  scale  length  of  9.5  cm.  The  thermometer  used  from 
200°  to  300°  had  a  range  from  200°  to  360°  in  1°  intervals  and  had  a  scale 
length  of  12  cm.  It  can  be  seen,  from  these  tables,  that  if  the  thermometers 
had  been  graduated  for  total  immetsion,  appreciable  errors  would  have 


'  U.  S.  Bureau  of  Standards  Set.  Paper  170  (1911).'  -  it.: 
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Table  3. — Slem  Corredion  Data  for  DietiUation  Flaak  Used  in  DialiUa- 
Hon  oj  Creoaote  Oil* 


ColumD  Abov*  Bulb,  I 


A  M«t«ury  Column, 


Stem  CoTTvelioii, 


200 

208 

59 

4.7 

250 

268 

111 

6.0 

300 

308 

9S 

10.5 

350 

358 

9S 

16.5 

Table  4. — Stem  Correction  Data  for  Pensky-Martin  FUuh-point 
Apparatus 


«2»:. 

aE|,ip^ 

Mean  Tampantun 

Stem  CorTHtian. 
D<«r«C. 

60 

30 

35 

0.1 

100 

80 

45 

0.7 

150 

130 

56 

2.0 

200 

10 

75 

0.2 

260 

60 

85 

1.6 

300 

110 

100 

3.5 

been  introduced,  if  the  stem  correction  had  been  neglected.  Empirical 
methods  are  sometimes  used  for  certain  more  or  lees  standard  operations, 
such  as  distillation,  in  which  a  total-immersion  thermometer  is  specified 
to  be  used  without  r^ard  to  the  emergent-etem  correction. 

Other  Sources  of  Error  in  Use  of  High-temperature  Mercurial  Ther- 
mometers.— Aside  from  the  error  that  may  be  introduced  in  the  use  of 
high-temperature  mercurial  thermometers  by  a  failure  to  observe  the 
proper  condition  of  immersion,  there  are  two  common  sources  of  error 
that  can  be  attributed  to  actual  defects  in  the  manufacture  of  the  instru- 
ment. These  are,  first,  insuScietit  pressure  above  the  mercury  to  pre- 
vent breaking  of  the  mercury  column,  or  evaporation  at  the  surface  of 
the  mercury  and,  second,  improper  or  insufficient  annealing  for  use  at 
high  temperatures.  This  latter  defect  may  result  in  a  rise  of  the  reading 
with  continued  heating  amounting  to  as  much  as  20°  C.  in  extreme  cases. 

Mercury  boils  at  approximately  357°  C,  and  evaporates  fairly  rapidly 
at  much  lower  temperatures.  Experiments  have  shown  that  even  for 
use  above  100°  C.  the  filling  under  pressure  of  that  part  of  the  capillary 
above  the  column  with  an  inert  gas,  such  as  nitrogen,  is  desirable.  The 
amount  of  pressure  that  must  exist  above  the  surface  of  the  mercury  to 
prevent  evaporation  or  breaking  of  the  mercury  column  varies  with  the 
temperature  and  the  construction  of  the  upper  portion  of  the  stem.  This 
«See  Wilheliii:U.  S.  BureMiof  Sundardii  Tech.  Paper  49  {1915). 
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pressure  may  be  anywhere  from  two  to  twenty  atmospheres.  The  failure 
to  fill  high-temperature  thermometers  under  the  proper  pressure  is  often 
the  cause  of  large  errors.  This  defect  can  be  detected,  sometimes,  by  the 
broken  appearance  of  the  mercury  column,  and  by  drops  of  mercury  that 
have  distilled  from  the  top,  but  often  the  column  breaks  in  a  part  of  the 
stem  not  visible,  and  the  defect  is  not  detected. 

Improper  annealing  can  be  detected  only  by  the  checking  of  the  indi- 
cations of  the  instruments  from  time  to  time.  Laboratories  usually  have 
facilities  for  checking  the  readings  either  in  melting  ice  or  in  steam,  or 
perhaps  comparing  the  thermometers  from  time  to  time  with  a  thermo- 
meter known  to  give  reliabli;  readings. 


Indicatino  and  Recording  Therhoueters 
The  term  "  indicating"  is  usually  employed  to  designate  thermometers 
of  the  dial  and  pointer  type,  rather  than  those  constructed  of  mercury 
and  glass.  Indicating  thermometers  may  or  may  not  be  distance 
reading,  that  is,  so  constructed  as  to  allow  the  indicator  to  be  placed 
at  some  distance  from  the  bulb.  A  distance-reading  indicating  ther- 
mometer is  shown  in  Fig.  3.  A  recording  thermometer,-  as  the  name 
indicates,  employs  a  mechanism  for  making  a  continuous  record  of  tem- 
peratures on  a  suitable  chart,  as  shown  in  Fig.  4. 

Indicating  and  recording  thermometers  may  be  divided  into  three 
general  classes,  electrical,  pressure,  and  bimetallic.  Electrical  ther- 
mometers are  generally  classed  as  pyrometers  and  will  not  be  discussed 
here.  Pressure  thermometers  comprise  a  bulb  containing  a  hquid  or  gas 
or  both  connected  by  means  of  capillary  tubing  to  some  form  of  pressure 
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gage.  Bimetallic  thermometers  utilize  the  turning  force  pnxluced  when 
a  strip  consisting  of  two  metals  having  different  coefficients  of  expannou 
and  brazed  to  each  other  is  heated.  Graphite-metal  thermometen  in- 
dicate temperaturea  as  a  result  of  the  relatively  large  difference  in  thermal 
expapsion  of  these  two  substances.  Although  of  simple  construction, 
the  accuracy  and  adaptabihty  of  these  types  of  instruments  have  not 
been  sufficiently  investigated  to  allow  a  more  detailed  discussion  of  them 
here. 

Pressure  Thermometers. — Pressure  thermometeiB  may  be  subdivided 
under  vapor  pressure,  liquid-filled,  and  gas-filled.  From  outward  ap- 
pearance, vapor-pressiu-e  thermometers  may  be  distinguished  from  liquid- 
or  gas-filled  thermometers  by  the  form  of  the  temperature  scales,  since 
the  change  in  vapor  pressiu-e,  with  respect  to  temperatures,  is  not  linear 
but  increases  as  the  temperature  rises.  Vapor-pressure  thermometers 
thus  have  an  unequally  divided  scale,  the  length  of  the  intervals  for  a 
given  number  of  d^rees  increasing  with  increaung  temperatures. 
Liquid-  and  gaa-filled  instruments  have  equally  divided  scales,  since  tbdr 
action  is  based  on  thermal  expansion  which  is  approximately  linear 
with  respect  to  temperature.  The  bulbs,  capillary  tubing,  and  form  of 
pressure  gage  of  any  one  type  may  be  identical  in  outward  appearance  to 
that  of  any  other. 

Liquids  Used  in  Vapor-preseure  Thermometera. — ^The  volatile  liquid 
used  in  a  vapor-pressure  thermometer  must  possess  certain  well-defined 
characteristics.  It  should  be  stable,  readily  obtained,  and  purified, 
and  should  not  act  upon  the  metals  with  which  it  will  be  in  contact.  It 
must  have  a  sufficiently  high  pressure  at  the  lower  temperatures  to  which 
it  will  be  subjected  to  insure  a  readable  t«mperature  scale,  and  its  critical 
temperature  must  be  higher  than  the  highest  temperature  to  be  measured. 

The  vapor  pressures  of  the  liquids  avaOable  for  use  in  vapor-pressure 
thermometers  have  been  determined  over  wide  ranges  and  it  is  usually 
possible,  by  making  use  of  the  data  found  in  the  literature  on  the  subject, 
to  select  the  mostsuitableliquid  foragiven  range  of  temperature;or  ifa 
liquid  is  given,  to  predict  the  temperature  range  within  which  it  can  be 
used  and  the  pressures  that  will  be  developed.  In  general,  the  tempera- 
ture and  pressure  range  for  a  given  liquid  will  be  included  between  ita 
boiling  point  at  a  pressure  of  one  atmosphere,  and  its  critical  temperature. 
Although  these  limits  are  very  arbitrary,  they  are  convenient  for  reference. 

Table  6  gives  the  boihng  points,  at  a  pressure  of  one  atmosphere, 
and  the  critical  temperatures  and  pressures  for  various  liquids  suggested 
for  use  in  vapor-pressure  thermometers. 

Liquids  and  Gases  Vsed  and  Pressures  in  Liquid-  and  Gas-fiUed  TAer- 
mometers. — The  Uquids  used  in  liquid-filled  thermometers  do  not  need  to 
possess  such  definite  characteristics  as  those  used  in  vapor-pressure 
thermometers.    It  is  obvious  that  pure  liquids  are  to  be  desired,  that 


Goot^lc 


R.   H.   WILHELU 


Table  5. — BoiUng  Points  and  Critical' Data  of  Liquids  Suggested  for  Use 
in  Vapor-pressure  Thermometers 


DccrenC. 

''T^T 

80 

80 
100 
111 
184 

243 
288 
365 
320 

m 

Water 

Toluene 

Anilino 

they  should  not  react  chemically  upon  the  metals  with  which  they  come 
in  contact,  and  that  the  h^hest  temperature  to  which  they  are  to  be 
subjected  should  not  exceed  their  critical  temperature.  Alcohol,  which 
has  been  used  in  liquid-filled  thermometers  for  lower  temperatures  would 
not  be  satisfactory  for  temperatures  much  above  200°  C.  Aniline  has 
been  suggested  for  temperatures  as  high  as  400°  C.  Mercury  is  used 
almost  exclusively  in  this  country  in  liquid-filled  thermometers  reading 
up  to  1000°  F. 

Any  inert  gas  could  be  used  to  fill  gas-filled  thermometers,  but  nitrogen 
has  been  preferred  in  this  country.  Gas-fiUed  thermometers  are  not 
used  in  general  above  1000°  F.,  since  the  metal  bulbs  become  permeable 
to  the  gas  at  high  temperatures. 

The  initial  pressure  and  the  pressure  range  of  a  hquid-  or  gas-filled 
thermometer  will  vary  according  to  the  strength  of  the  gage  used  and 
the  temperature  range.  The  initial  pressure  is  made  relatively  high 
(10  or  15  atmospheres). 

Principles  Underlying  Action  of  Pressure  Thermometers. — The  action 
of  the  vapor-pressure  thermometer  depends  on  the  fact  that  the  pressure 
inside  the  thermometer  is  determined  solely  by  the  temperature  of  the 
free  surface  of  the  liquid.  It  follows,  therefore,  that  the  thermometer 
must  be  so  constructed  that  one  free  surface  is  always  in  the  bulb.  If 
this  condition  is  fulfilled  the  reading  of  the  instrument  will  not  be  sensi- 
bly affected  by  changes  in  the  temperature  of  the  gage  and  capillary. 
This  is  a  decided  advantage  over  other  types,  if  the  connecting  tubing 
and  gage  are  both  to  be  subjected  to  considerable  changes  in  temperature. 
If  the  vapor-pressure  thermometer  is  not  filled  properly  (i.e.,  the  propor- 
tion of  liquid  is  too  great  or  too  small  as  compared  with  the  volume  of 
the  bulb,  capillary  and  gage)  very  lai^  and  uncertain  errors  may  be 
introduced.  As  an  example,  take  the  condition  met  with  in  the  use  of 
high-temperature  vapor-pressure  thermometers.  The  bulb  is  usually 
much  hotter  than  the  capillary  and  is  filled,  or  nearly  filled,  with  vapor. 
The  liquid  is  condensed  in  the  capillary  and  there  should  be  sufficient 
liquid  in  the  capillary  to  entirely  fill  it  and  partly  fill  the  bulb.  If  the 
liquid  only  partly  fills  the  capillary  and  there  is  no  liquid  in  Uie  bulb,  the 
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capillary  will  contain  the  free  surface  of  the  liquid  and  the  temperature 
indicated  will  be  that  of  the  portion  of  the  capillary  containing  the  free 
surface  of  the  liquid,  as  shown  in  Fig.  5.  This  temperature,  which  may 
be  several  hundred  degrees  tower  than  that  of  the  bulb,  will  be  indicated 
instead  of  the  true  temperature  of  the  bulb. 

It  is  desirable  to  use  capillary  tubing  of  as  small  a  bore  as  possible 
for  vapor-pressure  thermometers,  for  the  smaller  the  volume  of  the  capil- 
lary  and  gage  the  smaller  is  the  required  volume  of  the  bulb,  since  the 
combined  volume  of  the  capillary  and  gage  must  be  less  than  that  of  the 
bulb.» 


Fio.  5.— Vapor-pressure  thbruombter  with  inbdppicibnt  uguio.     Bvif  dottei 


Gas-  and  liquid-filled  thermometers  operate  on  the  principle  of  ther- 
mal expansion.  They  are  entirely  filled  with  either  the  liquid  or  the 
gas.  The  expansion  of  the  liquid  or  gas  in  the  bulb  is  transmitted  through 
capillary  tubing  to  the  pressure  gage.  These  instruments  are  subject 
to  error  if  the  gage  and  capillary  are  heated  or  cooled  to  temperatures 
difFering  from  those  under  which  they  were  calibrated.  This  error  may 
be  made  negligibte,  in  many  instances,  by  reducing  the  volume  of  the 
capillary  and  gage  as  compared  with  that  of  the  bulb,  or  by  using  a  com- 
pensator in  the  head.  Such  a  compensator,  however,  will  not  eliminate 
errors  due  to  the  heating  or  cooling  of  the  capillary  alone. 

Accuracy  of  Pressure  Tkemumieters. — On  account  of  the  mechanical 
construction  of  pressure  thermometers,  both  as  regards  the  mechaoism 
for  indicating  and  recordii^  and  the  necessity  for  using  comparatively 
large  and  heavy  bulbs,  the  accuracy  that  can  be  secured  with  this  type 
of  thermometer  is  lower  than  that  generally  obtained  with  mercury  in 
glass  thermometers. 


*  This  requiremeat  ia  not  necessary  if  the  bulb  is  at  i 
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Testing  High-tempebatube  Thebmombtebs 

The  testing  of  high-temperature  thermometets  for  scale  errors  in- 
volves, primarily,  either  the  comparison  of  the  test  thermometer  with 
standard  thermometers  at  various  temperatures  in  suitably  designed 
comparators,  or  the  reading  of  the  thermometers  in  the  vapors  of  various 
boiling  liquids.  The  100°  point  may  thus  be  checked  in  an  apparatus 
known  as  a  hypeometer  or  steam-point  apparatus,  which  provides  for 
the  immersion  of  the  thennometere  directly  in  the  vapor  of  boiling  water. 
Thermometers  may  also  be  tested  in  the  vapors  of  naphthalene,  benzo- 
phenone,  anthracene,  and  sulfur,  the  boiUi^  points  of  which  are  218°, 
306°,  340°,  and  444.6°  C,  respectively.  The  boiUzig-point  method  of 
testing  is  less  frequently  used  than  the  comparison  method,  and  is,  in 
general,  less  convenient  and  subject  to  greater  errors  than  the  latter. 

For  testing  in  the  range  100°  to  320°,  an  electrically  heated  oil  bath  is 
most  convenient  to  use.  This  bath  should  be  well  stirred  to  give  a  uni- 
form distribution  of  temp^ature.  The  thermometers  are  immersed 
directly  in  the  oil. 

For  obtaining  higher  temperatures  than  those  that  can  be  secured  in 
the  oil  bath,  two  different  types  of  comparators  have  been  designed  and 
used  at  the  Bureau  of  Standards.  One  of  these,  which  has  been  in  use  up 
to  very  recently,  is  an  electrically  heated  stirred  air  bath.  The  air  is 
rapidly  circulated  around  a  block  of  copper,  into  which  holes  were  drilled 
for  insertion  of  the  thermometers.  Two  heating  coils  are  used,  one  of 
which  is  wound  around  the  cyhnder  in  which  the  air  circulates,  the  other 
is  wound  horizontally  on  an  asbestos  plate  covering  the  top.  By  means  of 
a  differential  thermocouple,  of  which  one  junction  is  placed  near  the 
bottom  of  the  bath,  the  other  at  the  top,  the  difference  in  temperature 
between  the  top  and  the  bottom  of  the  bath  can  be  observed  and  this 
difference  can  be  reduced  to  a  minimum  by  regulating  the  amount  of 
energy  supplied  to  either  the  upper  or  the  lower  coil. 

The  latest  type  of  bath  designed  for  high  temperatures  up  to  550°  C. 
uses  molten  lead  or  tin  as  a  comparison  liquid.  This  bath  is  constructed 
of  iron  throughout  and  contains  a  stirrer  for  circulating  the  molten  metal. 
The  thermometers  are  inserted  in  thin  steel  tubes  closed  at  the  bottom 
and  immersed  in  the  liquid.  This  molten  metal  bath  has  proved,  from 
many  standpoints,  more  satisfactory  for  testing  than  the  air  bath.  It 
can  be  heated  and  regulated  more  rapidly,  has  a  more  uniform  tem- 
perature distribution,  and  possesses  less  vibration  than  the  air  bath. 

PrecaiUiona  to  be  Observed  in  Testing  High-temperature  Thermome- 
tera. — It  is  not  possible  to  read  thermometers  totally  immersed  in  the 
comparators  mentioned,  and  since  the  stem-correction  error  becomes 
larger  with  increasing  temperatures,  every  precaution  must  be  taken  to 
ehminate  this  error  or  to  compute  it  accurately.     This  error  is  made 
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negligible  if  both  standard  and  test  thermometers  have  the  same  dimen- 
sions and  the  same  number  of  degrees  of  mercury  column  emoigent 
when  tested.  It  is  seldom  possible  to  fulfill  these  conditions,  however, 
since  the  standard  and  the  test  thermometers  usually  have  different 
dimensions,  and  hence  it  is  necessary  to  compute  stem  corrections  for 
both  unless  the  latter  are  to  be  standardized  for  partial  immeraon. 
Thermometers  graduated  for  short  lengths  of  immersion,  as  for  example 
1  or  2  in.,  should  not  be  tested  immersed  to  these  short  lei^hs  on  account 
of  the  uncertainty  as  to  the  temperature  of  the  top  part  ot  the  baths. 
Such  thermometers  are  usually  tested  immersed  to  a  greater  length  and  a 
correction  computed  to  allow  for  the  difference  in  reading  due  to  the 
fact  that  part  of  the  mercury  column  is  at  a  higher  temperature  than 
it  would  be  in  use. 

In  testing  high-temperature  thermometers,  it  should  be  borne  in  mind 
that  the  observed  variations  from  standard  readings  will  not  remain 
constant  if  the  glass  of  which  the  bulb  is  made  was  not  properly  annealed. 
Even  the  best-made  thermometers  change  with  time  and  on  continued 
heating.  As  a  result,  the  correction  observed  for  a  thermometer  at  a 
given  temperature  will  not  hold  if  the  bulb  contracts  at  a  higher  tempera- 
ture. If  the  thermometer  is  so  graduated  that  it  can  be  read  in  ice  or 
steam,  the  amount  that  the  readings  have  changed  can  be  easily  observed 
by  taking  check  readings  in  ice  or  steam  directly  after  reading  at  the 
higher  temperature.  From  the  results  of  these  observations,  allowance 
can  be  made  for  changes  that  may  have  taken  place,  due  to  a  contraction 
of  the  bulb.  Where  no  ice  point  is  provided,  it  is  advisable  to  test  the 
highest  point  first  and  the  lower  points  afterward. 

If  a  preliminary  test  of  a  thermometer  shows  that  a  considerable 
change  in  the  readings  occurs  with  moderate  heating,  it  is  advisable  to 
subject  the  thermometer  to  an  annealing  test,  which  may  be  made  in 
an  electrically  heated  anneahng  oven.  The  construction  of  this  oven  and 
instructions  as  to  annealing  are  given  in  a  paper  by  Dickinson.* 

This  brief  description  of  the  testing  of  high-temperature  thermometers 
pertains  more  especially  to  laboratory  thermometers  of  the  etched-ecale 
or  eacloaed-scale  types.  The  comparators  mentioned  were  designed 
with  the  view  of  obtaining  the  highest  attainable  precision.  These 
comparators  are  sometimes  used  to  test  industrial  thermometers  and  the 
other  types  of  high-temperature  instruments  mentioned  in  this  article. 
In  many  instances,  however,  they  do  not  reproduce  conditions  of  use 
sufiiciently  well  for  testing  certain  types  of  thermometers  designed  for 
special  purposes,  such  as  the  measurement  of  the  temperature  of  gases  or 
superheated  steam,  and  specif  testing  apparatus  must,  therefore,  be 
buUt. 


•  U.  S.  Bureau  of  Standards  Sei.  Pap«r  32  (1906). 
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DISCUSSION 

A.  O.  Abhuan,  Palmerton,  Pa.  (written  discussion*). — Owing  to 
the  conflict  of  the  terms  thermometry  and  pyrometry,  in  numerous 
cases  the  entire  field,  of  temperature  measurements  has  been  divided 
under  these  two  headings.  This  confusion  is  probably  due  to  the  fact 
that  originally  a  pyrometer  was  understood  to  be  an  instrument  for 
measuring  temperatures  above  the  range  of  a  mercury  thermometer. 
In  modem  practice,  however,  pyrometers  are  not  only  used  to  measure 
the  temperature  over  the  range  of  the  thermometer,  but  also  to  a  much 
lower  temperature,  thereby  eluninating  the  basia  of  the  earlier  division. 
It  seems  that  the  modern  meaning  of  the  term  pyrometry  is  understood 
to  include  the  entire  field  of  temperature  measurements,  of  which  ther- 
mometry is  one  subdivision.  The  fact  that  this  paper  is  presented  at 
a  pyrometer  symposium  would  bear  out  this  fact. 

The  following,  I  believe,  gives  the  modem  idea  of  the  divisions  of 
pyrometry,  and  shows  the  relation  of  thermometry  to  pyrometry: 

1.  Expanaion  pyrometry:  4.  Optical  pyrometry 

(a)  Expanaion  of  gases,  5.  Radiation  pyrometry 

(b)  Expansion  of  liquids,  6.  Calorimetric  pyrometry   . 

(c)  Expansion  of  solids.  7.  Melting  point  pyrometry 

2.  Thermoelectric  pyrometry  8.  Transpiration  pyrometry 

3.  Electrical  resistance  pyrometry  9.  Miscellaneous  pyrometric  methods 

R.  M.  WiLHELM  (author's  reply  to  discussionf). — Although  certain 
types  of  pyrometers  may  be  used  to  measure  temperatures  below  the 
upper  range  of  the  mercurial  thermometer,  it  would  hardly  seem  ad- 
visable or  logical  to  make  so  radical  a  change  as  Mr.  Ashman  su^ests 
in  the  nomenclature  of  the  subject. 

■Received  Sept.  26,  191&.  f  Received  Jan.  19,  1920. 
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Porcelain  for  Pyrometric  Purposes* 

BY  FBANK  H.  RIDDLK.t  Pn-rBBOaOH,   PA. 
(ChlcMO  Mnetinc,  S 


The  life  of  thermocouples  iagoverned,  to  a  large  extent,  by  the  pro- 
tection they  receive  when  in  use;  particularly  when  the  temperatures 
being  measured  are  high  and  the  products  of  combustion  are  reducing  in 
character.  Several  types  of  protection  tubes  are  being  used  for  this  work ; 
they  are  made  of  ordinary  and  aluminous  porcelain,  fused  quartz,  car- 
borundum, fused  alumina,  fireclay,  and  some  kinds  of  metal.  All  of 
them  may  render  good  service  under  certain  conditions  but  they  must  be 
used  for  the  purpose  fdr  which  they  are  intended.  For  example,  fused- 
quartz  tubes  are  very  good  when  excessive  changes  in  temperature  occur, 
but  under  certain  conditions  they  will  crystallize  and  lose  their  strength. 

Porcelain  is  used  in  several  ways  in  connection  with  the  use  of  thermo- 
couples: for  insulating  the  two  wires  of  the  couple  and  to  prevent  short 
circuits;  for  protecting  the  entire  couple  in  a  refractory  gas-tight  tube, 
which  is  ordinarily  fastened  to  and  is  considered  part  of  a  properly 
equipped  thermocouple;  and  for  protecting  the  complete  thermocouple 
from  the  possibility  of  physical  injury  and  to  support  it.  This  tube  is 
made  porous  and  stroi^  and  is  ordinarily  built  right  into  the  wall  or  crown 
of  the  furnace,  as  the  case  may  be. 

The  insulating  tubes  must  be  small  and  sufficiently  refractory  to 
withstand  the  temperatures  at  which  they  are  to  be  used.  The  length 
of  the  tubes,  porosity  of  the  material  from  which  they  are  made,  etc.  does 
not  particularly  matter.  The  tubes  are  sometimes  made  with  two  or 
even  four  holes,  the  latter  being  used  where  it  is  desirable  to  have  two 
couples  as  close  together  as  possible  for  calibration  work. 

The  thermocouple  protection  tube  must  be  of  proper  size  to  permit 
the  thermoelements  and  insulating  tubes  to  be  inserted  or  taken  out 
easily.  It  must  be  porous  enough  to  withstand  sudden  changes  in  tem- 
perature and  yet  gas-tight,  as  well  as  refractory  enough  to  withstand  the 
furnace  temperature,  even  if  the  tube  protrudes  into  the  furnace  in  s 
horizontal  position  without  support  for  a  reasonable  distance.  If  the 
tubes  are  dense  enough  to  be  gas-tight,  they  do  not  require  glazing  but 
are  not  so  resistant  to  temperature  changes  as  the  porous  tubes. 

The  protection  tubes  for  the  noble  metals  are  normally  about  H  ^■ 

*  Published  by  permisaion  of  Director,  U.  S.  Bureau  of  Standards. 
tChemiat,  Clay  Productn  Division,  U.  8.  Bureau  of  Stondorda. 
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(12  mm.)  inside  diameter,  have  }i-ia.  (3.17-mm.)  walla,  are  closed  at  one 
end,  and  Sanged  at  the  other.  Their  length  varies  from  one  to  several 
feet.  For  base  elements,  the  tubes  are  usually  1  in.  inside  diameter, 
otherwise  the  same  as  for  the  noble  metals.  Glazed  Marquardt  mass 
tubes  are  commonly  employed  for  the  noble  elements  and  ordinary 
unglased  vitreous  porcelain  for  the  base  elements. 

The  outer  protection  tubes  must  be  refractory  and  preferably  porous. 
They  are  usually  rather  heavy  walled  and  closed  on  the  exposed  end. 
Their  inside  diameter  is  great  enough  to  permit  the  thermocouple 
protection  tube  to  go  in  and  out  with  ease.  The  walls  are  usually  j^  in. 
or' more  in  thickness.  Alundum  and  carborimdum  make  excellent  tubes 
for  this  purpose  for  high  temperatures.  Sillimanite  is  also  a  good  mate- 
rial. Fireclay  bodies  are  not  so  good  but  satisfactory  for  temperatures 
equivalent  to  the  fusing  temperature  of  cone  10  or  less. 

As  with  a  good  many  other  products,  a  shortage  of  pyrometer  tubes 
was  felt  shortly  after  the  outbreak  of  the  war,  when  importations  were 
cut  off.  After  the  shortage  was  overcome,  the  quality  of  the  product 
was  Boon  made  practically  equal  to  that  of  Germany.  As  conditions 
are  at  present,  there  is  no  reason  why  it  should  be  necessary  to  resume 
the  importation  of  pyrometer  tubes. 

Mabquardt  Mabs  Body  No.  1 

About  4  years  ago  the  Bureau  of  Standards,  in  its  Clay  Products 
Laboratory,  at  Pittsburgh,  Pa.,  undertook  the  duplication  of  the  Mar- 
quardt mass  tubes.*    The  body  composition  adopted  was  as  follows: 

BoDT  Pim  CiHT.  Calcihb  No.  1  Pam  Cwm. 


48. 7 
7.3 

17.0 
S.O 

16.0 
10. 0 

Calcine  No.  2 

North  Carolina  kaotia. . . 

22.0 

Calcihb  No.  a 

Potash  feldspar 

Calcined  alumina , 

TenoMBee  ball  clay  No.  5 . 
Eogliah  china  cUy 

100.0 

64.0 
86.0 

'  100.0  100.0 

Each  calcine  mixture  is  ground  dry  in  a  ball  mill,  to  insure  thorough 
mixiog  of  the  materials.  It  is  then  tempered  with  water  to  the  consist- 
eacy  of  a  very  thick  paste  and  molded,  by  hand,  into  balls  about  1  j^  in. 
(3.17  cm.)  in  diameter.     An  alternate  method  is  to  grind  the  mixture  in 

>  W.  L  Howat:  Manufacture  of  Porcelain  Pyrometer  Tubes.  TVotw,  Am.  Car. 
Soe.  (1916)  19,  288. 

F.  H.  Riddle:  Marquardt  Porcelain.     TVana.  Am.  Cer.  Soo.  (1917)  19,  397. 
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a  ball  mill  in  the  wet  state,  havii^  sufficient  water  to  make  a  creamy  slip. 
When  ground  sufficiently,  the  slip  is  run  through  a  Sne  ailk  lawn  and  filter 
pressed  until  sufficient  water  has  been  eliminated  to  permit  forming  the 
body.  It  is  then  wedged  until  homogeneous  and  made  into  balls  as 
before.  The  thoroughly  dried  balls  ore  then  placed  in  a  kiln  and  cal- 
cined to  a  temperature  equivalent  to  the  fusing  point  of  Orton  pyrometric 
cone  20.  This,  at  the  time-temperature  rate  used  in  our  case,  is  about 
1525°  C.  At  this  temperature  calcine  No.  2  will  fuse  sufficiently  to  allov 
the  balls  of  the  material  to  flatten  out  of  shape  and  stick  together; 
calcine  No.  1  has  the  shrinkage  well  taken  out  of  it  but  it  does  not  vitrify. 
The  calcined  materials  are  then  crushed  until  sufficiently  fine  for  ball 
milling.  This  pebble-mill  grinding  is  continued  until  the  powder  is 
Sne  enough  to  pass  dry  through  a  lawn  with  120  meshes  to  the  square 
inch. 

The  body  is  prepared  by  ball  milling  the  calcines  and  raw  materials 
in  the  proper  proportion  m  the  wet  state,  screening  them  through  a  120- 
mesh  lawn,  passing  them  over  a  magnetic  separator,  and  then  filter 
pressing.     The  body  is  then  in  the  proper  condition  for  manufacture. 

Marquabdt  Mass  Boot  No.  2 

For  particularly  high  temperatures,  it  is  advantageous  to  eliminate  , 
calcine  No.  2  from  the  mixture  and  to  use  only  calcine  No,  1.  This  gives 
a  body  of  the  composition 


Calcine  No.  1 63.0 

North  Carolina  kaolin 17.0 

Florida  kaolin 6.0 

Tennessee  boll  olay  No.  5 16.0 

English  china  clay 10.0 

100.0 


Calcine  No.  1  is  the  same  as  is  used  in  Marquardt  mass  body  No.  I. 
Tubes  of  this  refractory  quality,  as  stated,  are  necessary  only  in  extreme 
cases,  considered  from  the  ceramic  standpoint.  In  making  these  tubes, 
if  the  product  is  to  hold  its  shape  in  use,  it  must  be  burned  in  manufac- 
ture to  a  point  at  which  the  shrinkage  is  eliminated  as  much  as  possible. 

Both  Marquardt  mass  bodies  are  porous  at  the  burning  temperature 
used  and  are  dependent  on  the  glaze  to  make  them  gas-tight.  They 
have,  however,  the  excellent  qu^ty  of  being  able  to  resist  reasonable 
changes  in  temperature.  If  care  is  used,  it  is  possible  to  safely  insert  a 
cold  tube  into  a  furnace  heated  at  1500°  C.  in  a  few  minutes  time. 
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These  tubes  are  not  as  refractory  as  Marquardt  or  dUimauite  tubes 
but  are  good  at  low  temperatures  where  the  temperature  changes  are  not 
too  great.  However,  they  should  be  supported  if  inserted  horizontally 
into  furnaces  far  enough  to  project.  Tubes  of  this  sort  are  vitrified  and  so 
are  not  dependent  on  a  glaze  to  make  them  gas-tight.  This  eliminates  the 
possibility  of  the  tube  sticking  where  in  contact.  They  are  also  cheaper 
to  manufacture.  Numerous  compositions  may  be  used  for  this  purpwe; 
two  that  are  satisfactory  are : 

No.  1,  No.  2. 

Feb  Cent.         Pss  Cbht. 

Potash  feldspar 18  12 

Hint 32  38 

North  Carolina  kaoliD 30  26 

Honda  kaolin 8  8 

Tenneaaee  ball  clay  No.  5 12  17 


These  bodies  are  prepared  in  a  similar  manner  to  the  Marquardt 
bodies;  that  is,  by  pebble  milling,  screening,  passing  over  the  mf^netic 
separator,  and  filter  pressing. 

SiLLIMANITE   TuBES 

As  is  well  known,  pure  dehydrated  kaoHn,  AljOi.2SiOt,  has  a  melting 
temperature  of  about  1750"  C.±  while  sillimanite  AltO,.SiO»  has  a  well- 
defined  melting  point  of  1816°  C,  ± ,  which  makes  it  useful  for  temperature 
measurements  around  the  melting  point  of  kaolins.  Tubes  of  this  sort 
are  difficult  to  glaze  or  vitrify  except  by  the  use  of  very  high  temperatures 
of  firing.  For  this  reason  they  are  usually  not  gas-tight.  The  material 
is  useful,  however,  for  Arsem  furnace  tubes  and  particularly  good  for 
outer  protection  tubes.  The  coefficient  of  thermal  expansion  of  silliman- 
ite is  very  low  and  uniform,  as  compared  with  that  of  clay,  which  is 
greater  and  variable  at  the  different  temperatures.  The  addition  of  free 
siKca  (flint)  increases  the  coefficient  and  causes  it  to  be  variable  at  differ- 
ent temperatures.    A  workable  mixture  is  as  follows: 


68.3 
21.2 
10.5 
100,0 

71.67 

Tennessee  baU  clay 

lOCLOO 

The  calcine  is  prepared  in  the  same  manner  as  the  Marquardt  mass 
calcines  and  burned  to  cone  20.  The  longer  this  temperature  can  be 
held  in  the  burning,  or  the  oftener  the  calcine  can  be  burned,  the  better 
the  conversion. 
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MaNUPACTUBB   of   TuBBB   by   PRB88IN0 

It  is  posaibte  to  make  all  sizes  of  tubes  from  2  mm.  outside  diameter 
by  0.6  mm.  inside  diameter  up  to  practically  any  size  desired  by  this 
method.  We  have  not  made  tubes  more  than  15  mm.  outside  diameter. 
The  machine  used  is  a  miniature  hydraulic  press  built  similar  to  a  sewer- 
pipe  press.  The  water  cylinder  is  8  in.  (20  cm.)  in  diameter,  the  clay 
cylinder  is  3^  in.  (8.9  cm.)  in  diameter  and  the  stroke  is  10  in.  (25  cm:). 
All  dies  are  made  of  brass  and  accurately  finished.  The  water  pressure 
used  to  operate  the  press  is  80  lb.  to  the  sq.  in.  This  machine  works 
well  and  makes  very  dense  tubes.  The  troubles  encountered  are  the 
ordinary  ones  that  would  be  expected  with  a  machine  of  this  type;  viz., 
necessity  of  maintaining  absolute  water  content  and  uniform  pugging 
to  prevent  clay  running  faster  on  one  side  of  the  die  than  on  the  other. 
Ring  cracks  also  form  at  the  point  of  the  die  when  the  column  is  held  so 
as  to  throw  back  the  plunger  to  recharge  the  clay  cylinder.  The  longer 
the  stroke,  consequently,  the  fewer  the  ring  cracks  formed  and  the  greater 
will  be  the  production.  Hence  a  stroke  of  24  in.  (60.9  cm.)  would  be 
preferable.  If  the  press  is  vertical,  the  lengthof  the  tubeisUmitedbythe 
tensile  strength  of  the  clay,  but  this  will  usually  permit  the  making  of  at 
least  5-ft.  (1.5  m.)  tubes.  If  the  press  is  inchned  or  horizontal,  it  is  neces- 
sary to  use  a  hand-controlled  off-bearing  belt.  We  have  found  that  the 
press  is  satisfactory  for  all  sizes  of  tubes  we  require,  and  that  its 
capacity  is  sufiScient.  However,  on  account  of  the  greater  advan- 
tages of  casting,  the  only  tubes  made  on  the  press  are  those  that  cannot 
be  cast  on  account  of  their  small  bore.  In  our  case  all  tubes  with  an 
internal  diameter  over  5  mm.  are  cast.  This' eliminates  all  tubes  but 
the  inner  or  insulating  tubes.  It  is,  however,  possible  to  make  the  small- 
bore tubes  very  successfully  and  to  make  tubes  with  several  holes  in 
them. 

Manufactube  of  Tubes  by  Casting 

Cast  tubes  above  5  mm.  inside  diameter  are  superior  to  pressed  ones 
in  many  ways.  They  are  much  straighter,  do  not  have  to  be  handled 
until  stiff,  and  are  more  homogeneous.  The  speed  and  trueness  of 
this  work,  of  course,  depends  primarily  on  the  plaster  molds.  For 
long  small-diameter  molds  for  tubes  closed  on  one  end,  the  mold  should  be 
cast  around  a  cold-drawn  steel  rod,  on  account  of  its  trueness.  The  end 
of  the  rod  should  be  rounded  off  as  desired,  and  a  hole  about  J-^g  in.  (1-5 
mm.)  in  diameter  drilled  in  the  center  at  this  end,  probably  ^  in.  (9.5 
mm.)  deep.  The  other  end  of  the  rod  should  be  mounted  in  the  center 
of  a  plaster  block  about  6  in.  (15  cm.)  high  and  4  in.  in  diameter.  The 
molds  are  cast  by  placing  the  rod  vertically  on  the  mounting,  and  wrap- 
ping a  "coddle"  of  roofing  paper,  or  similar  flexible  material,  around  the 
mounting  and  maintaining  this  measure  up  to  a  height  of  a  few  inches 
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above  the  top  of  the  rod.  Then  run  a  Ke'io-  pin,  about  3  in.  long,  down 
into  the  small  hole  in  the  top  end  of  the  rod.  Prepare  the  plaster  and  fill 
the  "coddle"  so  that  the  pin  sticks  out  of  the  planter  about  ^  in.  This 
^{g-in.  hole  through  the  bottom  of  the  mold,  made  by  drawing  out  the 
pio,  serves  as  an  air  inlet,  making  it  possible  to  pull  the  rod  out  of  the 
mold;  it  also  serves  the  same  purpose  in  pulhng  out  the  cast  tubes. 

Coating. — The  casting  process  consists  in  pouring  clay  suspended  in 
water  (slip)  into  a  dry  plasterof-Paris  mold  and  permitting  it  to  re- 
main there  s  sufficient  time  for  the  plaster  to  absorb  the  water  from 
the  slip  in  direct  contact  with  the  mold.  The  inside  of  the  mold  is, 
of  course,  the  shape  of  the  outside  of  the  piece  of  ware.  As  this  absorp- 
tion continues  the  clay  becomes  stiff;  the  longer  it  continues,  the  thicker 
ifi  the  layer  of  bard  clay  next  to  the  mold.  When  this  layer  has  hardened 
for  a  sufficient  distance  from  the  inner  face  of  the  mold  to  make  a  wall 
of  the  proper  thickness,  the  remaining  slip  is  poured  out  by  turning  over 
the  mold.  During  casting,  it  is  necessary  to  keep  the  mold  full  of  slip. 
The  mold  absorbs  the  water  from  the  slip  and  sufficient  slip  must  be 


Fia.  1. — Pallet  fob  dbtino  tobb. 

run  in  to  replace  this.  Casting  necessitates  the  use  of  considerable  care 
that  is  not  at  first  apparent,  particularly  in  pieces  of  the  shape  of  tubes. 

The  small  hole  left  in  the  bottom  of  the  mold  as  an  air  inlet,  when 
drawing  out  the  metal  core,  is  also  essential  in  casting.  Before  the  slip 
is  poured  into  the  mold  a  steel  rod  of  the  same  diameter  as  the  air  vent 
is  placed  in  this  hole  and  run  in  until  it  projects  into  the  mold  proper 
about  ^  in.  (12  cm.).  It  is  bent  over  on  the  outside  of  the  mold  and  cut 
off  about  1  in.  from  the  center,  and  is  held  in  place  with  soft  clay.  After 
the  slip  is  poured  and  it  is  time  to  empty  the  mold,  the  pin  must  be 
taken  out  while  the  mold  is  being  turned.  If  the  pin  is  taken  out  too 
soon,  the  slip  will  mo  down  and  plug  the  hole;  if  it  is  left  in  after  the 
sUp  begins  to  run  out  at  the  other  end,  the  tube  will  collapse. 

Considerable  care  must  be  used  in  drying  the  tubes,  and  proper 
pallets  are  necessary;  plate  glass  is  ideal  for  the  purpose.  Where  wood 
is  used  there  should  be  a  stiff  reinforcement  running  lengthwise  of  the 
pallet  underneath,  as  well  as  cleats  crossways.  The  boards  should  be 
of  the  same  length  as  the  green  tubes  and  have  a  stop  block  running  the 
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entire  length,  along  one  edge.  The  first  tube  is  placed  against  this  stop 
block,  and  the  next  one  rolled  close  to  the  first,  but  with  the  head  on  the 
opposite  end  of  the  pallet,  etc.  This  method  permite  the  necessary 
clearance  For  the  heads  and  each  tube  is  held  on  both  sides  for  its 
entire  length,  see  Fig.  1.  If  the  pallets  are  longer  than  the  tubes,  the 
head  end  of  each  tube  will  be  without  a  brace  on  either  side,  for  a  distance 
equal  to  the  difiereace  between  the  length  of  the  tubes  and  pallet.  The 
last  tube  from  the  stop  block  is  held  in  place  by  a  3^  in.  square  steel  rod. 
Twenty-four  hours  is  sufficient  for  drying. 


Fio.  2. — Collar  or  dniverbal  joint  from  which  tubbb  are  suspended. 


Close  attention  is  required  in  preparing  the  casting  slips  as  they 
must  always  have  the  same  water  content  and  the  same  casting  time  in 
order  to  eecure  proper  uniformity  of  production.  To  keep  the  shrinkage 
low,  the  water  content  must  be  kept  as  low  as  possible  and  still  have 
proper  fluidity.  This  decrease  in  water  content  is  facilitated  by  the 
use  of  alkahne  electrolytes.* 

Setting. — Setting  must  be  done  with  great  care,  particularly  if  the 
tubes  are  very  long.  Tubes  5  ft.  long  or  over  are  difficult  to  pick  up  while 
green,  without  straining  or  breaking,  unless  a  small  trough  is  used  to 
support  them  for  their  entire  length.  They  must  be  hung  from  the  top 
of  the  furnace  by  the  collar  on  a  universal  joint.  Fig.  2  shows  the  collar 
as  used.  The  tensile  strength  of  the  clay  must  be  great  enough  to  hold 
*  A.  V.  Bleininger:  U.  S.  Bure&u  of  Standards  Tteh.  Paper  51. 
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the  weight  of  the  tube,  but  all  jars  must  be  avoided  in  setting  ae  the 
tubes  are  easily  broken.    Figs.  2  and  3  also  show  the  kiln  used  in  burn- 


Fio.  3. — SscnoN  op  furnace  for 


"*■    It  will  be  noted  that  the  cover  of  the  kiln  lifts  off  so  that  the  ware 
can  be  lowered  down  into  the  saggers.    The  kiln  and  saggers  are  so 
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arranged  that  there  is  an  even  temperature  distribution  on  both  sides 
of  every  row  of  tubes.  This  is  essential  if  straight  tubes  are  to  be 
produced,  as  an  irregular  temperature  causes  UDeven  shrinkage  and, 
consequently,  warped  tubes.  Where  a  larger  capacity  is  desired,  it  is 
possible  to  make  the  kiln  longer,  thus  permitting  the  placing  of  more 
bungs  of  saggers.  Each  additional  sagger  will  require  an  additional 
vertical  row  of  burners.  It  is  important  that  the  refractories  used  in 
the  kiln  and  saggers  be  of  high  grade.  A  sagger  mixture  that  has  proved 
satisfactory  is, 

Calcined  flint  fireclay,  siied  to  paas  through  an  S-mesh 

and  be  retained  on  a  SO-meah  screen 66 

Georgia  kaolin 35 

e  ball  clay  No.  5  or  No.  9 10 


It  is  essential  that  a  high-grade  flint  fireclay  be  used,  that  U,  one 
having  a  softening  point  of  at  least  cone  32. 

The  BUqne  Bum. — If  the  tubes  are  to  be  glazed,  they  should  be 
burned  twice.  The  glaze  is  not  applied  until  after  the  first  burn.  This 
first,  or  bisque,  bum  need  be  carried  to  a  temperature  only  sufficiently 
high  to  expel  its  combined  water  and  make  the  body  hard  enough  to 
handle,  that  is,  about  cone  1.  Practice  has  shown,  however,  that  a 
straighter  product  is  obtained  by  eliminating  part  of  the  fire  shrinkage 
in  the  bisque  burn  but  still  leaving  the  tube  porous  enough  to  make  iteaf^ 
to  apply  the  glaze.  For  Marquardt  tubes,  this  temperature  is  equiva- 
lent to  the  fusion  point  of  Orton  cone  12  or  14  while  cone  8  or  10  is 
sufficient  for  the  ordinary  porcelain  tubes. 

If  the  tubes  are  to  be  left  unglazed  the  burning  temperature  should 
be  sufficient  to  mature  the  body;  that  is,  the  temperature  at  which  the 
body  has  the  proper  physical  properties  for  the  work  for  which  it  is  to  be 
used. 

The  inner  insulating  tubes  and  the  extreme  outer  protection  tubes,  if 
IM  in-  (3'S  cm.)  or  greater  in  diameter,  can  be  burned  in  any  kiln  in 
which  the  proper  temperature  can  be  reached.  The  small  tubes  should 
be  burned  in  a  refractory  cradle.  Care  should  be  used  in  covering  the 
tubes  well  and  burning  slowly  in  order  to  prevent  the  top  tubes  from  curl- 
ing up,  due  to  uneven  shrinkage.  The  larger  diameter  tubes  can  be 
burned  horizontally  without  bedding  or,  if  short  enough,  stood  close 
together  on  end.  It  is  not  necessary  to  burn  the  insulating  tubes  to  aa 
high  a  temperature  as  the  thermocouple  protection  tubes.  They  should, 
however,  be  burned  to  a  temperature  high  enough  to  remove  most  of  the 
shrink^e. 

OUmng. — The  ground  glaze  suspended  in  water  may  be  applied  to 
the  bisque  tubes  in  several  ways,  chiefly  by  spraying  and  dipping.     Dip- 
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piog  is  DOt  as  satisfactory  as  spraying  but  much  cheaper  and  preferable 
from  a  manufacturing  standpoint,  if  done  properly.  A  third,  and  very 
satisfactory,  method  is  to  arrange  a  small  container  with  a  bottom  con- 
sistii^  of  a  rubber  sheet.  A  hole  is  cut  in  the  center  of  the  rubber  lai^ 
enough  to  permit  the  tube  which  is  to  be  glazed  to  slide  through  it,  but 
tight  enough  so  that  the  container  will  hold  liquid  when  the  tube  fills 
the  hole.  The  tube  is  hung  in  a  vertical  position  and  the  container 
pushed  up  the  tube  to  the  top,  the  tube,  of  course,  passing  through  the 
rubber  bottom  of  the  container.  The  container  is  then  filled  with  the 
liquid  glaze,  of  proper  viscosity,  and  drawn  down  the  tube  at  a  rate  great 
enough  to  allow  a  coat  of  glaze  of  just  the  proper  thickness  to  adhere  to 
the  porous  walls  of  the  tube.  This  gives  a  very  uniform  thickness  of 
glsie  as  every  part  of  the  tube  is  exposed  to  the  glaze  application  for  the 
same  l^gth  of  time,  and  it  is  applied  slowly  enough  to  prevent  running. 
This  is  a  defect  that  is  apt  to  occur  in  dipping.  Glazes  of  the  character 
used  for  this  work  are  of  such  a  nature  that  they  will  not  run  or  mend 
any  defects  caused  by  improper  application. 

Glazes  for  use  in  pyrometer  work  should  be  sufficiently  refractory  so 
that  they  will  not  soften  at  working  temperatures  and  stick  to  the  furn- 
ace or  the  outside  protection  tubes.  Most  of  the  glazes  used  are  of  such 
a  character  that  they  are  absorbed  into  the  body  of  the  porous  tube  when 
the  heat  is  increased  too  much.  This  prevents  sticking  and  keeps  the 
tube  gas-tight  but  eventually  decreases  its  refractoriness  and  tends  to 
vitrify  the  tube  and  make  it  less  resistant  to  temperature  changes. 

Two  refractory  glazes  that  absorb  into  the  body  when  the  heat  is  too 
great  are  of  the  chemical  composition : 

I.O  CaO,  2.0  AUOt,  4.0  SiOt  (1) 

The  batch  weights  are  whiting,  100  parta  by  weight;  clay,  516  parts. 

Of  the  above,  the  CaO,  2  AliOi,  4  SiOi  are  fritted  at  cone  20,  ground 
and  added  to  the  rest  of  the  batch. 


BATm  or  FaiTT 

Pasts 

100.0 

516.0 

1.3 

Batch  or  Oura 

Tennessee  b&U  cUy 

Potssh  feldapBT 

Boneaeid 

Flint 

127 

The  glazes  are  ground  wet  in  ball  mills  and  lawned  through  120-mesh 
screens  before  being  used.  Glaze  No.  1  is  a  beautiful  cream  matt  at  cone 
17  down  while  No.  2  is  rather  harder  but  vitreous  enough  to  be  gas- 
tight. 
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Bright  glazes  for  use  on  tubee  that  will  be  exposed  to  temperatures 
under  1000°  C.  are: 

1.0  CaO,  1.0  A1,0,,  10  SiO,  (3) 

0.15    K»0 

0.20  MgO    1.0  A1,0.,  10.0  SiOi  (4) 

0.65    CaO 

These  glazes  are  very  beautiful  at  cone  17  but  soften  at  cone  10  and 
are  not  absorbed  into  the  body  and  hence  stick  to  anything  the  tubes  may 
be  touching. 

A  harder  bright  glaze  that  ia  more  satisfactory  up  to  the  fusing  tern- 
perature  of  cone  14  is: 

1  CaO,  1.0  A1,0,,  4  SiOj 

The  batch  weights  are  whiting,  100  parts  by  weight;  clay,  25§  parts; 
flint,  120  parts.  In  all  the  glazes,  the  thickness  of  appUcation  has  con- 
siderable effect  on  the  sticking  and  should  be  carefully  watched. 

The  Glost  £um. — This  burn  is  handled  in  the  same  manner  as  the 
bisque  bum,  the  temperature  being  brought  to  the  proper  maturiag 
point  of  the  body  and  glaze.  The  body  and  glaze  should  mature  at 
the  same  temperature.  Tubes  have  been  made  at  the  Bureau  meas- 
uring 7  ft.  (2.1  m.)  in  length  when  finished.  For  these,  body  No.  1  and 
glaze  .No.  1  were  used.  The  manufacturing  loss  was  9  per  cent,  and 
the  tubes  were  a  good  quality  marketable  product.  They  were  used 
for  experimental  work. 

One  very  important  point  in  burning  is  to  allow  sufficient  time  at  the 
maturing  temperature  to  permit  the  heat  to  penetrate  the  walls  of  the 
ware  thoroughly  so  that  it  has  a  uniform  effect  upon  all  parts  of 
the  ware.  It  is  also  essential  to  bum  the  ware  to  a  temperature  higher 
than  that  at  which  it  is  to  be  used,  if  it  is  necessary  for  the  tubes  to 
remain  straight  in  use,  pfu1;icularly  when  the  tubes  are  projected  into 
the  furnace  horizontally  with  the  inner  end  unsupported.  The  reason 
for  this  is  evident.  There  is  some  shrinkage  in  the  tube  if  the  body 
is  still  porous  and  was  burned  to  a  lower  temperature  when  manufac- 
tured. When  the  tube  starts  to  shrink  gravity  assists  the  shrinkage 
on  the  lowersideof  the  projected  tube  and  opposes  shrinkage  on  the  top. 
The  result  will  be  a  crooked  tube. 

Other  Refractory  Materials. — Zirconium  oxide  and  magnesium  alumi- 
nate  (Spinel),  are  both  very  refractory  and  tubes  made  of  these  materials 
should  prove  very  useful.  The  Bureau  of  Standards  has  done  some  work 
upon  these  materials  but  the  manufacture  of  pyrometer  tubes  made  from 
them  has  not  yet  been  commercialized. 

In  conclusion,  the  writer  wishes  to  express  his  thanks  to  his  associates 
for  many  helpful  suggestions. 
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PyrcHneter  Porcelains  and  Refractories 

BT  B.   W.  NKWCOIffi,  B,  8.,  NKW  TOBK,   N.  T. 
(ChiMfo  HMtins.  Stptomlwr.  1919) 

Thb  constancy  of  calibration,  and  to  a  great  extent  the  life,  of  a 
thermoelement  is  dependent  on  the  suitability  of  the  primary  protecting 
tube  in  which  the  wires  are  mounted,  particularly  when  used  at  high 
temperatures.  An  ideal  thermocouple  protecting  tube  would  be  com- 
posed of  materials  that  would  not  contaminate  the  thermoelement  wires 
contained  in  it — one  that  would  remain  absolutely  gas-tight  at  all  tem- 
peratures of  usage,  that  will  not  be  attacked  by  gases,  or  other  surrounding 
agencies,  that  is  not  destroyed  by  heat,  that  withstands  sudden  and  ex- 
treme temperature  changes,  that  affords  a  high  degree  of  mechanical 
protection  and  does  not  deform  at  high  tem  peratures,  that  is  a  good  heat 
conductor  and  obtainable  in  small  diameters  so  as  to  keep  down  lagfactors. 
It  has  not  yet  been  possible  to  produce  tubes  of  any  known  mate- 
rials that  will  meet  all  of  these  conditions.  In  selecting  protecting  tubes, 
therefore,  one  should  be  chosen  the  characteristics  of  which  best  fit  it  to 
the  particular  conditions  of  usage.  Frequently  conditions  are  such 
that  two  tubes  have  to  be  used,  a  primary  gas-tight  protecting  tube 
inside  of  a  secondary  protecting  tube,  because  certain  agencies  will  attack 
the  primary  gas-tight  tube  unless  it  is  guarded  by  the  outside  tube. 

PeIUABX'  PbOTBCTING  TtJBBB 

Of  primary  protecting  tubes,  there  are  two  classes:  those  of  quartz 
which  are  obtainable  in  three  grades,  transparent  quartz,  drawn  silica, 
and  molded  silica;  and  those  of  refractory  porcelain  (alundum  included), 
which  are  divided  into  several  grades. 

Primary  protecting  tubes  of  quartz  (silica)  are  apparently  gaslight 
when  well  made  and  remain  gas-tight  if  not  used  at  too  high  temperatures. 
At  temperatures  where  divitrification  is  considerable,  tubes  of  quartz  soon 
become  crystallized  and  are  not  impervious  to  gases.  The  principal 
advantage  of  quartz  tubes  as  a  thermoelement  protection  is  in  its  «t- 
tremely  low-temperature  coefficient  of  expansion.  It  can  be  subjected  to 
violent  temperature  changes  without  danger  of  breaking.  Because 
ulica  is  easily  reduced,  care  should  be  taken  when  the  tube  is  used  over  a 
platinum  thermoelement,  because  silicon  is  a  very  bad  contaminating 
agent.    Results  in  practice  seem  to  indicate  that  for  permanent  instal- 
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lation  quartz  tubes  should  not  be  used  above  1000°  C.  and  for  intermittent 
service  not  above  1300°  C.  At  the  latter  range  deformation  should  be 
guarded  against. 

In  the  refractory  porcelain  group  of  primary  protecting  tubes,  it  is 
difficult  to  separate  the  classes.  They  range  from  vitrified  porcelains  to 
very  high  refractory  porcelains.  Alundum  tubes,  perhaps,  should  not 
be  included  with  this  group;  the  body  mixture  is  different,  but  in  charac- 
teristics they  are  not  dissimilar.  Before  the  war,  practically  all  porcelain 
primary  tubes  were  imported.  Within  the  last  3  years,  however,  Ameri- 
can porcelain  tubes  have  been  produced  that  excel  in  most  respects 
those  previously  imported. 

Vitrified  porcelains  that  stand  sudden  temperature  changes  remark- 
ably well  are  now  available  and  they  can  be  used  continuously  at  tempera- 
tures up  to  1200°  C,  Vitrified  porcelain  tubes  are  usually  gas-tight 
without  being  glased,  but  are  frequently  glazed  as  an  added  precaution. 
Vitrified  porcelain  tubes  are  valuable  as  a  thermoelement  protection  for 
permanent  installation  above  the  practical  range  of  quarts  tubes  and 
where  moderate  temperature  changes  take  place  over  a  short  time  interval. 

Refractory  porcelain  tubes  are  obtainable  for  the  range  to  1600°  C. 
The  glaze  softens  and  is  absorbed  by  the  body  of  the  tube  if  subjected  to 
this  heat  for  some  length  of  time.  Tests  made  seem  to  indicate,  however, 
that  the  tubes  remain  impervious  to  gases.  The  best  American  refractory 
porcelain  tubes  are  now  provided  with  a  glaze  that  does  not  soften  below 
1350°  C.  and  at  this  temperature  does  not  Sow. 

Secondary  Photectinq  Tubes 

Secondary  pyrometer  tubes  are  not  ordinarily  gas-tight.  Their 
purpose  is  to  give  mechanical  protection  to  the  primary  tube,  protect  the 
glaze  of  the  primary  tube  from  abrasive,  corrosive,  and  fluxing  conditions, 
and  to  prevent  deformation  at  high-temperature  ranges.  Also,  frequently, 
in  the  case  of  refractory  porcelain,  to  introduce  sufficient  lag  to  prevent 
a  too  rapid  temperature  change,  which  otherwise  might  cause  the  primary 
tube  to  crack. 

There  are  many  secondary  tubes  besides  those  of  metal;  those  most 
commonly  used  are  fireclay,  plumbago,  carborundum,  and  unglaied 
refractory  porcelain. 

Those  of  refractory  porcelain  offer  the  greatest  advantage  for  most 
conditions  other  than  in  molten  metal  and  baths.  First,  because  they 
stand  up  under  the  most  severe  temperatures  at  which  thermocouples  are 
used  and,  second,  because  in  themselves  they  are  not  a  contaminating 
agent  that  will  attack  the  thermoelement  wires  in  case  the  primary  tube 
becomes  broken.  Most  of  the  refractory  porcelain  secondary  tubes  have 
a  body  with  a  lower  temperature  coefficient  of  expansion  than  that  of  the 
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primary  tubes,  and  they  are  lees  liable  to  crack  under  severe  teinpeiature 
changes.  There  are  few  fluxing  agents  that  act  upon  them.  They 
ddorm  only  at  the  very  highest  temperatures.  In  glass-melting  tanks, 
where  conditions  are  very  trying  on  a  thermocouple  protecting  tube,  these 
tubes  remain  apparently  unaffected  under  normal  conditions. 

Fireclay  secondary  tubes  can  be  used  satisfactorily  in  very  large 
slow-heating  furnaces  such  ae  brick  kilns,  continuously  operated  fur- 
naces, etc.  Their  characteristios  are  similar  to  other  fireclay  products. 
For  the  most  part  they  must  be  lai^  to  give  the  required  mechanical 
protection,  which  causes  them  to  be  of  a  size  where  the  lag  they  introduce 
is  a  serious  disadvantage. 

Plumbago  secondary  tubes  are  ordinarily  used  only  in  molten  metals 
and  baths.  When  exposed  to  oxidating  conditions,  they  are  rapidly 
destroyed.  It  is  best  to  frankly  admit  that  for  use  in  molten  metals, 
lead  beat-treating  baths  excepted,  no  tubes  known  to  the  writer  give 
what  can  be  called  satisfactory  service.  Plumbago  tubes  last  some 
length  of  time  in  molten  brass,  bronze,  copper  and  aluminum,  but  the 
service  cannot  be  compared  to  the  service  given  by  the  other  tubes  under 
ordinary  furnace  condition. 

Carborundum  tubes  appear  to  be  a  very  good  secondary  protec- 
tion from  the  standpoint  of  heat  conduction,  mechanical  protection, 
and  refractory  qualities.  The  fact  that  these  tubes  are  so  refractory 
permits  them  to  be  used  as  a  secondary  protection  for  high  temperatures. 
When  this  is  done,  a  primary  protecting  tube  free  from  silica  must  be 
used  on  account  of  the  strong  reducing  condition  produced  by  the  second- 
ary tube,  which  causes  a  reduction  of  the  silica  in  the  primary  tube, 
resulting  in  a  contamination  of  the  thermoelement  combined  with  a  very 
rapid  crystallization.  The  same  results  could  be  expected  from  plum- 
bago secondary  tubes  were  they  used  at  the  same  temperature  range; 
but  this  is  not  usually  the  case. 

While  material  progress  has  been  made  in  the  perfection  of  primaiy 
and  secondary  pyrometer  tubes,  there  is  still  much  to  be  desired.  As  yet 
Qo  tube  has  been  developed  for  molten  steel  or  molten  glass  nor  has 
there  been  a  tube  produced  of  great  mechanical  strength  that  can  be  used 
at  the  higher  temperature  ranges.  Of  the  tubes  now  available,  a  careful 
selection  must  be  made  to  obtain  a  combination  of  primary  and  second- 
ary tubes  of  which  the  qualities  are  such  as  will  best  fit  them  to  the  par- 
ticular conditions  under  which  they  are  to  be  used. 

DISCUSSION 

A.  0,  AsBHAN,  Pahnerton,  Pa.  (written discussion*). — Mr.  Newcomb's 
paper  has  interested  me  greatly,  as  I  have  had  numerous  experiences 
*  Received  Sept.  25,  1919. 
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along  this  line.  I  do  not  think  enough  emphasis  can  be  put  on  his  warn- 
ing to  keep  platinum  couples  free  from  contact  with  quartz  tubes,  as 
silica  shows  a  tendency  to  alloy  with  platinum  to  a  surprising  degree 
even  at  low  temperatures.  I  have  frequently  had  evidence  of  silica 
contamination  in  a  perfectly  good  tube,  in  which  there  was  seemmg^y 
no  possibility  of  a  reducing  atmosphere. 

This  is  rather  important  as  it  seems  to  be  common  practice  to  insulate, 
as  well  as  protect,  the  wires  by  means  of  capillary  silica  tubing,  thus 
allowing  the  entire  wire  to  be  in  contact  with  the  silica.  The  best  way 
to  mount  a  couple  in  a  silica  protecting  tube  is  by  means  of  double-bore 
porcelain  insulating  tubes,  the  protectiug  tube  being  slightly  longer  than 
the  couple  so  as  to  leave  a  space  between  the  couple  and  the  end  of  the 
tube.  In  this  way  there  is  no  possibility  of  contamination  from  alica. 
In  no  case  ^ould  silica  capillary  tubes  be  used  to  insulate  platinum  wires. 

Mr.  Newcomb  states  that  there  is  still  much  to  be  desired  in  pyro- 
meter protecting  tubes;  this  is  in  keeping  with  my  experience.  From 
a  practical  standpoint  there  is  not  a  satisfactory  pyrometer  tube  on  the 
market  for  high  temperatures;  with  all  due  respect  to  the  many  improve- 
ments and  good  work  recently  done  in  this  line.  I  believe  that  the  whole 
future  development  of  pyrometry  is  dependent  on  the  development  of 
suitable  refractories.  With  suitable  refractories,  for  example,  Darling's' 
work  with  liquid  couples  could  be  developed  to  a  practical  basis,  making 
possible  the  use  of  base-metal  couples  to  replace  platinum. 

Caeleton  W.  Hubbard,  Greenwich,  Conn,  (written  discussion*). 
This  paper  would  have  been  more  valuable  if  the  information  in  it  had 
been  tabulated,  giving  the  author's  recommendations  for  primary  and 
secondary  tubes  for  various  temperature  ranges  and  uses.  The  danger  of 
thermoelement  contamination  is  generally  not  sufficiently  appreciated. 
This  point  is  touched  on  several  times  in  the  paper,  but  the  actual  danger 
points  as  to  temperatures  and  conditions  of  use  are  notgiven  as  elaborately 
as  they  should  be  to  be  of  value  to  the  purchaser  or  engineer,  who,  at  the 
same  time,  is  not  a  chemist.  There  is  need  for  a  definite  body  of  jnfor- 
mation  rt^arding  temperatures  at  which  various  kinds  of  tubes  be^n  to 
deform.  Some  test  standards  for  this  kind  of  work  should  be  set,  and  I 
would  Sliest  various  lengths  of  overhang  for  tubes  of  different  diameters 
and  wall  thicknesses. 

•  Received  Oct.  8,  1919. 

\C.  B.  Darling:  Base-metal  Thermoelectric  Pypomet«ra.  Jul.  Faraday  Soe., 
Meeting  Nov.  7,  1917. 
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Pyrometer  Protection  Tubes 


(Chicwo  MeatiuK,  S«ptamber,  leiB) 

DuBiNO  the  last  few  years,  there  has  been  a  constant  tendency  toward 
increasingly  high  temperatures  in  many  Unes  of  industry.  The  necessity 
for  increased  production  of  coke  gave  a  16-hr.  coking  period  where  we 
used  to  have  24  or  even  SO-hr.  periods.  Mechanical  stokers  have  in- 
creased the  temperatures  in  boiler  furnaces.  The  use  of  a  chain-grate 
stoker  with  coke-breeze  fuel  necessitates  a  low  arch  in  the  furnace  and 
temperatures  run  much  higher  than  firebrick  were  formerly  called  upon 
to  stand.  These  higher  temperatures  have  necessitated  more  rigid  tests 
and  the  separation  of  even  high-grade  firebrick  into  separate  classes.  More 
severe  tests  mean  higher  temperatures  and  closer  control,  and  this,  in 
turn,  means  better  pyrometer  tubes.  Platinum  couples  do  not  have  a 
very  long  life  when  used  at  temperatures  exceeding,  say,  1200"  C,  but 
the  proper  selection  of  a  high^rade  brick  to  be  used  in  a  boiler  setting 
will  save  the  cost  of  several  couples;  and  with  freight  rates  continually 
increasing  it  becomes  increasingly  important  to  know  where  brick  may 
be  bought,  nearest  the  job,  that  will  prove  satisfactory.  Couples  that  will 
stand  continuoiis  use  at  higher  temperatures,  of  tungsten,  molybdenum, 
or  other  metal,  will  doubtless  be  forthcoming  as  soon  as  the  need  becomes 
sufficiently  urgent. 

There  are  on  the  market  several  tubes  that  are  entirely  satisfactory 
for  temperatures  up  to  1300°  C,  if  properly  protected  from  heat  shock. 
The  Semet-Solvay  Co.  makes  a  practice,  however,  of  testing  silica  and 
clay  firebricks  at  1450°  C.  for  72  hr.,  and  so  far  we  have  been  unable  to 
find  a  tube  that  is  entirely  satisfactory  for  this  purpose.  A  graphic 
record  of  the  temperature  during  the  entire  test  is  extremely  desirable 
and  hence  we  have  been  trying  out  anything  that  gave  promise  of  success. 

Several  years  ago  we  were  using  insulating  tubes,  made  purely  for 
electrical  work,  of  vitrified  porcelain.  These  tubes  stood  up  under  any 
temperature  we  were  able  to  reach  and  were  apparently  impervious  to 
gases.  When  this  stock  gave  out,  due  to  mechanical  breakage,  we  tried 
other  insulation  tubes  only  to  have  them  melt  down  like  glass.  Marquardt 
Masse  tubes  were  tried  next  under  a  statement  from  the  distributers' 
catalog,  copied  from  German  circulars  without  verification,  that  these 
tubea  "can  be  used  up  to  3000°  F.  (1650°  C.)  without  the  slightest  risk." 


*  Laboratory  Pbyaicist,  Semet^lvay  Co. 
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This  BtEitemeQt  lb  about  300°  C.  from  the  truth,  as  1350°  C.  is  aa  highu 
our  experieoce  indicateB  they  can  be  used.  The  tubes  are  uneven  in 
their  heat  resiBtance.  Many  broke  through  heat  shock,  but  this  may 
be  prevented  by  using  an  outer  protection  tube  of  silfrax.  Usalite  tubes, 
Royal  Worcester  tubes  (England),  and  several  iinbranded  tubes  from 
different  makers  failed. 

The  8.  C.  P.  Japan  tubes  have  been  tried  and  have  so  far  been  the  most 
successful.  They  have  a  slightly  too  low  softening  point  and  will  oc- 
casionally stick  to  the  ailfrax  tube  or  warp  so  that  the  inner  insulating 
tube  cannot  be  withdrawn  to  anneal  the'  couple.  They  seem,  however, 
to  be  completely  impervious  to  gases.  Even  when  the  glaze  has  bees 
chipped  off,  the  body  of  the  tube  seems  to  be  impervious. 

Alundum  tubes  have  been  tried.  Without  a  glase  they  are  too 
porous  and  so  far  the  glazes  tried  seem  to  lower  the  fusion  point  too  far. 
Impervite  tubes  were  tried  and  found  to  be  anything  but  impervious 
under  the  conditions:  viz.,  an  impervite  tube  inside  a  silfrax  tube.  The 
firm  from  which  these  tubes  were  purchased  recommends  a  secondary 
tube  of  unglazed  impervite  and  very  kindly  supplied  us  with  new  outer 
and  inner  tubes  for  experiment.  At  1250°  C,  there  seems  to  be  no  attack 
on  the  tube  or  couple;  at  1300°  C,  for  two  72-hr.  runs  the  tube  stood  up 
all  right.  At  1350**  C,  durmg  one  run  of  72  hr.  the  tube  lost  its  glasebut 
apparently  the  couple  was  not  contaminated.  At  the  time  of  writing 
it  has  not  been  tried  at  1450°  C.  It  seems  probable  that  the  rate  of  dif- 
fusion of  the  waste  gases  will  be  slow  enough  to  permit  the  use  of  the  tube 
in  an  atmosphere  that  is  not  particularly  hard  on  couples.  The  body 
of  the  tube  certainly  has  a  very  high  fusion  point. 

Mr.  F.  H.  Riddle  of  the  Bureau  of  Standards  has  sent  us  five  tubes, 
but  the  tests  on  these  tubes  have  not  yet  been  completed. 

At  present  our  method  of  recording  the  temperature  of  our  furnaces 
dodges  the  difficulty  by  using  two  couples.  Two  silfrax  sheaths  are  used, 
one  just  above  the  other,  the  top  one  projecting  about  7  in.  (17  cm.)  into 
the  furnace  chamber,  while  the  lower  projects  only  2^  in.  (6.35  cm.). 
It  has  been  found  by  trial  that  a  couple  in  this  lower  tube  does  not  attain 
the  full  temperature  of  the  furnace,  but  runs  about  100°  lower.  In 
spite  of  this  the  1^  over  the  actual  changes  in  furnace  temperature  Ib 
slight.  Two  couples  are  connected  to  a  recording  meter,  the  lower  one 
being  left  in  continuous  run.  The  upper  is  protected  by  a  fused  quarti 
tube  and  is  pushed  clear  into  the  upper  silfrax  tube,  where  it  attaiusthe 
full  temperature  of  the  furnace  in  about  5  min.  After  10  min.,  it  is 
withdrawn  and  the  recorder  chart  thus  carries  a  calibration  of  the  lower 
couple  made  every  2  or  3  hr.  The  workmen  run  the  furnace  by  the 
continuous  record. 
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DISCUSSION 

F.  H.  Riddle,*  Pittsburgh,  Pa. — I  understand  that  these  teste  at 
1450°  were  for  continuous  periods,  that  is,  over  several  hours.  Is  it 
possible,  for  short  periods  of  time,  to  go  to  higher  temperatures  than 
1450"?  The  apparently  vitreous  tubes  that  appeared  to  resist  the  efEect 
of  iron  the  best  are  made  to  vitrify.  The  Marquardt  mass  bodies  are 
very  porous.  When  examined  after  use  at  high  temperatures,  the  glaze 
seems  to  have  entirely  disappeared.  This  ia  due  to  the  fact  that  when 
it  softens  on  the  porous  body  it  is  absorbed  into  the  body.  This  can  be 
shown  by  holding  a  broken  portion  of  a  tube  in  a  colored  solution  and  then 
examining  a  cross-section. 

The  vitreous  tubes  are  made  to  resist  detrimental  gases,  but  they  will 
not  withstand  sudden  temperature  changes,  as  a  rule,  ob  well  as  the  low- 
coefficient  porous  tubes. 

F.  A.  Hahvbt. — We  have  not  tried  these  tubes  for  shorter  periods  at 
higher  temperatures  for  we  have  no  occasion  to  go  above  HSO**.  There 
is  one  definite  problem  we  are  trying  to  solve;  that  is  for  a  continuous 
run  of  72  hr.  at  1450°.  We  need  a  more  highly  refractory  tube  than  we 
have  at  the  present  time.  You  can  protect  agfunst  heat  shocks  by  put- 
ting a  carborundum  tube  on  the  outside.  If  you  are  dealing  with  a  con- 
Unuoiis  run,  the  temperatures  can  be  raised  as  gradually  as  you  wish. 

W.  E.  FoHSTTHE,  Nela  Park,  Cleveland,  0. — Our  experience  has  been 
that  if  you  are  going  to  measure  temperatures  as  high  as  1550°  C.  with  a 
platinum  platinum-rhodium  couple  in  anything  approaching  practical 
conditions,  the  e,m.f.  is  very  questionable.  We  have  never  had  a  plati- 
num platinum-rhodium  thermocouple  that  would  keep  its  calibration 
when  mounted  in  an  ordinary  platinum-wound  furnace  operated  at  this 
temperature  for  any  length  of  time. 

R.  B.  SosMAN,  Washington,  D.  C. — We  measure  temperatures  with 
platinum  platinum-rhodium  couples,  regularly,  up  to  1755°,  the  melting 
point  of  platinum,  and  get  comparative  accuracy,  but  the  platinum 
must  be  pure. 

*  Cbcmist,  Clay  Products  Division  U.  S.  Bureau  of  Standards. 


D.qit.zeaOvGoOt^lc 


PEOTECXma  TUBES  FOB  THEBMOCOUPLE8 


Protecting  Tubes  for  Thennocouples 


(Chkico  MmUdc.  B«t>tsmber,  leiB) 

The  function  of  a  pyrometer  protecting  tube  is  to  maintain  an  atmos- 
phere about  the  thermocouple  most  favorable  to  its  continued  accuracy 
and  loi^  life,  and  at  the  same  time  permit  the  weld  of  the  couple  to  attain 
the  full  temperature  of  the  area  or  object  being  measured.  In  addition  to 
protecting  the  thermocouple  from  the  chemical  or  alloying  effects  of  the 
products  of  combustion  or  bath  being  measured,  the  tube  must  also  pro- 
tect the  couple  from  mechanical  injury.  The  conditions  met  in  practice 
vary  so  much  that  no  one  material  is  suitable  for  all  applications.  The 
usefulness  as  well  as  the  expense  of  maintenance  of  a  pyrometer  system  are 
influenced  greatly  by  a  choice  of  the  most  suitable  protecting  tube.  The 
tube  must  protect  the  couple  without  itself  becoming  too  great  an 
expense  item. 

The  protecting  tube  should  have  the  following  qualities:  (1)  A  melt- 
ing point  well  above  the  highest  temperature  to  be  encountered.  (2) 
Sufficient  strength  through  the  entire  range  of  temperatiuree  to  hold  up  its 
own  weight  and  resist  such  shock  and  jar  as  are  unavoidable.  (3)  It 
must  be  impervious  to  the  atmosphere  or  bath  to  which  it  will  be  subject. 
(4)  It  must  not  give  off  any  vapor  injurious  to  the  couple.  (5)  It 
must  not  form  any  oxides  fusible  below  the  highest  temperature  to  be 
measured. 

The  proper  location  of  the  tube  in  the  furnace  is  almost  as  important 
as  the  choice  of  material.  The  tube  must  be  placed  as  near  to  the  work  to 
be  heated  as  possible.  It  must  be  kept  out  of  the  direct  path  of  flame, 
both  because  that  would  give  too  high  temperature  readings  and  because 
partly  burned  fuel  will  destroy  the  tube  faster  than  the  quiet  products  of 
combustion. 

Pyrometer  tubes  are  sometimes  buried  in'the  floor  or  embedded  in  the 
wall  of  the  furnace,  but  usually  the  1^  is  so  great  that  the  readings  are  of 
little  use.  When  rare-metal  couples  and  expensive  porcelain  tubes  are 
used,  there  is  a  temptation  not  to  project  the  couple  far  enough  into  the 
furnace.  Where  only  approximate  results  are  required,  a  couple  naay  be 
projected  into  a  depression  in  the  furnace  wall;  but  for  the  heat  treat- 
ment of  steel,  the  couple  must  be  near  the  work.  The  tube  must  always 
project  into  a  furnace  far  enough  to  become  fully  heated  to  the  furnace 
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temperature.  A  refractory  tube  will  require  two  or  three  times  its  diam- 
eter exposed  to  the  heat  to  get  away  from  the  coohog  of  the  tube  by  the 
colder  parts.  A  nickel-chromium  tube  will  require  twice  that  much 
immersion  and  a  steel  tube  shghtly  more  than  the  nickel-chromium. 

Neither  platinum  nor  platinum-rhodium  are  injured  by  oxidation  but 
both  absorb  carbon,  hydrogen,  and  many  metal  vapors  at  high  tempera- 
tures. Porcelain,  kaolin,  or  fused  siUca  are  about  the  only  substances 
that  may  be  safely  allowed  to  touch  a  rare-metal  couple  at  high  tempera- 
tures. Since  "ohemista  triangles"  made  of  nickel-chromium  wire  do  not 
injure  platinum  dishes,  it  may  be  that  if  drawn  nickel-chromium  tubes 
could  be  obtained  the  fragile  porcelain  tubes  could  be  entirely  dis- 
pensed with,  but  as  long  as  cast  tubes  only  are  avaUable,  porcelain  must 
he  interposed  between  the  outer  tube  and  the  couple.  A  rare-metal 
couple  must  be  protected  from  contamination  even  when  cold,  otherwise 
bits  of  metal,  salt  or  paint,  and  charcoal  from  a  wooden  bench  may  be- 
come attached  to  it  when  cold  and  later  destroy  the  accuracy  of  the  couple 
when  placed  in  the  furnace. 

Porcelain  was  one  of  the  first  materials  to  be  used  for  pyrometer 
protecting  tubes.  The  best  grades  for  this  work  soften  about  1800"  C. 
and  are  practically  impervious  to  gas.  It  is  one  of  the  few  materials 
that  will  not  alloy  with  or  contaminate  platinum.  This  material  is  very 
brittle  at  temperatures  below  1200°  C,  and  its  high  coefficient  of  expan- 
son  causes  it  to  break  from  too  rapid  changes  of  temperature.  It  is 
destroyed  by  fused  alkalies  or  metallic  oxides.  This  combined  with 
its  first  cost  has  limited  its  use  to  a  protection  for  rare-metal  couples, 
and  it  is  usually  protected  by  an  outer  metal  tube. 

Fused  silica,  artificial  quartz,  has  a  very  low  coefficient  of  expansion 
and  is  much  cheaper  than  porcelain.  It  is  suitable  for  protecting  rare- 
metal  couples  subject  to  sudden  changes  of  temperature.  When  subject 
to  temperatures  above  1200°  C,  it  undergoes  a  recrystallization  which 
causes  it  to  become  cloudy  and  weak.  It  finally  breaks  from  its  own 
internal  strains. 

Thermocouples  made  of  nickel-chromium,  known  under  the  trade 
name  of  chromel,  and  nickel-aluminum,  known  as  alumel,  oxidize  very 
slowly  and  maintain  their  accuracy  best  when  subjected  to  oxidizing  con- 
ditions. They  fail  quickly  when  subjected  to  strong  reducing  condi- 
tions and  even  more  quickly  when  subjected  to  alternative  reducing  and 
oxidizing  conditions.  These  materials,  when  used  in  an  electric  furnace 
heated  by  nickel-chromium  or  platinum  wire,  usually  require  no  protect- 
ing tube.  When  used  in  a  fuel-fired  furnace,  probably  the  best  and  at  the 
same  time  most  economical  protecting  tube  is  one  made  of  nickel-chro- 
mium. Tubes  made  of  an  alloy  of  80  per  cent,  nickel  and  20  per  cent, 
chromium,  known  under  the  trade  name  of  chromel  A,  are  most  economi- 
cal for  temperatures  between  600°  C.  and  1100°  C,  in  gas-  or  oil-fired 
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furnaces.  A  cheaper  tube  is  made  with  somewhat  less  chromium  and  an 
addition  of  about  25  per  cent,  of  iron.  This  tube  will  stand  a  slightly 
higher  temperature  than  the  straight  nicltel-^hromium  but  lasts  about 
one-half  as  long  at  1000°  C.  The  life  of  nickel-chromium  tubes  is  greatly 
reduced  by  alternately  strongly  oxidizing  and  strongly  reducing  conditions 
such  as  are  encountered  near  the  bridge  wall  of  a  coal-fired  furnace.  The 
tube  containing  25  per  cent,  of  iron  is  rather  more  satisfactory  under 
these  conditions  than  the  straight  nickel-chromium,  but  the  best  solution 
is  to  so  locate  the  tube  that  it  will  be  subjected  to  a  dead  heat.  Nickel- 
chromium  tubes  are  very  satisfactory  as  an  outer  protection  for  rare- 
metal  couples. 

At  temperatures  around  1200°  and  1300"  C,  alundum  tubes  are  quite 
satisfactory  but  are,  of  course,  very  fragile. 

For  measuring  high  temperatures  in  Uu^e  furnaces,  porcelain  kilns, 
and  glass  tanks,  where  the  conditions  are  very  severe  but  the  change  in 
temperature  is  very  slow,  tubes  made  of  fireclay  with  heavy  walla,  ^ 
to  1>^  in.  (19  to  38  mm.)  thick  give  good  service. 

Iron  and  steel  protecting  tubes  seem  to  allow  furnace  gases  to  diffuse 
through  the  walls  of  the  tube  at  red  heats  and,  when  used  with  nickel- 
chromium  couples,  should  always  be  open  to  the  air  at  the  end  away  from 
the  heat.  If  the  outer  end  is  pluf^ed,  the  couples  will  behave  very  much 
as  though  not  protected  from  the  furnace  gases.  I  consider  it  safest  to 
have  all  protecting  tubes  open  to  the  air  at  the  end  away  from  the  heat. 
Care  should  be  taken  to  see  that  this  end  is  not  surrounded  by  flame  or  gas 
from  the  furnace.  In  the  case  of  a  bath  of  molten  metal  or  salt,  the  tube 
should  be  long  enough  to  prevent  drops  of  metal  or  salt  or  small  pieces 
of  charcoal  from  dropping  down  the  tube. 

Couples  of  iron  versus  constantan,  iron  versus  commercial  nickel,  or 
nickel-chromium  versus  nickel-copper  (chromel-copel)  may  be  used  up  to 
300°  or  400°  C.  without  any  protection,  and  to  500°  or  600°  C.  with  light 
steel  tubes.  The  use  of  iron-constantau  couples  at  a  temperature  around 
800°  and  900°  C.  requires  somewhat  different  treatment  from  that  given 
either  rare  metals  or  chromel-alumel  couples,  since  the  iron  and  constan- 
tan oxidize  rapidly  at  this  temperature,  while  the  other  couples  are 
injured  most  by  a  reducing  condition.  Iron-constantan  couples  are 
frequently  installed  in  iron  tubes  closed  as  tightly  as  possible  in  order  to 
allow  the  oxidation  of  the  iron  tube  and  the  diffusion  of  gas  through  the 
walls  of  the  tube  to  create  a  reducing,  or  at  least  non-oxidizing,  atmosphere 
in  the  tube,  Iron-constantan  will  oxidize  very  rapidly  when  used  in  a 
nickel-chromium  protecting  tube  that  allows  free  access  to  the  air,  and 
when  it  is  desired  to  use  a  tube  of  this  material,  an  inert  material  (such 
as  alundum)  mixed  with  a  few  per  cent,  of  charcoal  is  packed  around  the 
couple  to  retard  oxidation. 

Until  this  time  I  have  considered  the  protecting  tube  in  its  relation  to 
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the  couple  and  assumed  that  the  tube  is  exposed  to  products  of  combus- 
tion in  a  furnace.  When  the  tube  is  exposed  to  a  molten  bath  a  tube 
must  be  chosen  that  will  withstand  the  bath.  A  nickel-chromium-iron 
tube  will  give  good  results  in  molteD  lead  around  700°  to  800°  C.  Seam- 
less ateel  or  extra  heavy  wrought  iron  pipe  is  sometimes  used  because  of 
its  low  first  coat. 

Molten  cyanide  of  potash  is  one  of  the  most  difficult  baths  to  control. 
It  is  very  injurious  to  any  kind  of  a  couple,  it  fluxes  refractory  tubes,  and 
passes  through  steel  tubes.  A  nickel-plated  ateel  tube  has  given  fair 
results,  and  nickel-chromium  alloy  ia  good  if  the  casting  is  entirely  free 
from  defects. 

Ad  alloy  of  75  per  cent,  iron  and  25  per  cent,  chromium  known  under 
the  trade  name  of  "chromon"  has  been  developed  to  withstand  the  action 
of  molten  brass  and  bronze.  A  hght  protecting  tube  of  this  material 
is  used  with  a  fairly  light  couple  to  take  readings  in  a  crucible  of  molten 
metal.  A  reading  is  secured  in  40  sec.  to  1  min.  Such  a  tube  will  give 
between  100  and  200  readings  before  failing,  depending  on  the  tempera- 
ture and  composition  of  the  melt,  and  on  the  perfection  of  the  casting. 

In  coDclusion,  to  intelligently  select  a  protecting  tube  the  following 
factors  must  be  considered:  Whether  the  couple  should  be  used  under 
oxidizing  or  reducing  conditions;  the  atmosphere  or  bath  to  which  the 
tube  will  be  subjected;  the  maximum  temperature  to  be  encountered. 
Care  taken  in  the  selection  of  the  proper  tube,  locating  it  in  the  most 
favorable  place  in  the  furnace,  and  then  inspecting  and  replacing  it 
before  it  has  deteriorated  enough  to  injure  the  couple,  will  result  in 
increased  accuracy  and  decreased  up-keep  charges. 
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t>7roiiieter  Protection  Tubes 
BY  ona  HUTCHrtre,*  b.  b.,  niaoasa  falls,  it.  t. 

(Chicaco  Mntinc.  Scptamba-,  1919} 

It  is  intended  to  discuss  in  this  paper  protection  appliances  need  for 
high-temperature  pyrometer  inatallationa  involving  the  use  of  platinum 
couples  and  to  describe  some  of  the  characteristics  of  a  new  carborun- 
dum protection  tube.  Of  all  the  components  that  go  to  make  a  complete 
pyrometer  installation,  the  one  given  the  least  attention  and  the  one 
about  which  there  is  the  least  exact  information  is  the  outer  protection 
tube.  This  condition  is  imfortunat«,  as  much,  and  in  some  cases  even 
the  success  of  the  equipment  as  a  whole,  depends  on  the  proper  type  of 
protection.  In  the  majority  of  cases,  the  installation  is  allowed  to  operate 
without  attention  until  some  part  of  the  apparatus  breaks  down.  The 
outer  tube  is  the  component  that  usually  fails  and,  more  often  than  not, 
the  failure  causes  breakage  of  the  porcelain  protection  and  ruin  of  the 
couple.  This  condition  should  be  recognized  and  studied  as  it  has  a 
very  important  bearing  upon  the  upkeep  cost  of  pyrometer  equipment. 
The  cost  of  the  outer  protection  tube  is  small  compared  with  the  cost 
of  the  platinum  couple  and  porcelain  protection  and  it  would  well  repay 
users  of  this  type  of  equipment  to  replace  their  outer  protection  tubes  at 
certain  definite  periods,  which  experience  shows  is  necessary  to  prevent 
destruction  of  the  platinum. 

Speakii^  generally,  platinum  thermocouple  equipment  is  used  fw 
measuring  temperatures  over  2000°  F.  (1004°  C),  and  is  used  extensively 
for  the  control  of  brick  and  pipe  kilns,  glass  pot  furnaces,  glass  tank 
furnaces,  heat-treating  furnaces,  open-hearth  furnaces,  and  f oi^  furnaces. 
A  satisfactory  protection  tube  must  be  sufficiently  refractory  not  tosoften 
at  the  maximum  temperature  within  the  furnace.  It  must  be  reastant 
to  cracking  due  to  temperature  changes,  should  be  as  nearly  gas-tight  u 
possible,  and  should  be  made  of  a  material  with  a  high  thermal  conduc- 
tivity and  great  resistance  toward  erosion  by  the  furnace  atmosphere. 

Carborundum  is  a  refractory  that  possesses  these  charactenstics  to  a 
marked  d^ree.  Recent  manufacturing  improvements  have  made  pos- 
sible the  production  of  protection  tubes  composed  entirely  of  carborun- 
dum without  the  addition  of  any  binding  material.  These  tubes  possess 
all  the  desirable  properties  of  carborundum  including  great  refractoriness, 
low  coefficient  of  expansion,  resistance  toward  the  action  of  furnace  gases 
and  slags,  and  high  thermal  conductivity.  The  effect  of  the  themul 
*  Metallurgical  Engineer,  The  CftrboniQdum  Ca 
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conductivity  of  the  protection  tube  is  of  great  importance  and  has  a 
very  decided  bearing  on  the  accuracy  with  which  the  pyrometer  tempera- 
ture indication  follows  the  actual  temperature  condition  within  the 
furnace.  Carborundum  having  a  thermal  conductivity  of  about  eight 
times  that  of  fireclay  and  three  to  four  times  that  of  fused  alumina  re- 
fractories would  be  expected,  when  used  as  a  protection,  to  show  a  con- 
siderable advantage  in  this  respect. 

To  prove  this  point  a  series  of  experiments  was  conducted  with  car- 
borundum and  fireclay  tubes  to  determine  the  lag  in  the  pyronieter 
reading  caused  by  these  types  of  protection.  Four  chromel-alumel 
type  P  couples  were  prepared  and  standardized.  The  first  couple  was 
used  in  the  form  of  bare  wire  without  any  protection,  the  second  was  pro- 
tected by  a  porcelain  tube  and  a  carborundum  tube  1  in.  (2.5  cm.)  inside 
diameter,  V/i  in.  (4.7  cm.)  outside  diameter,  length  outside  19  in.  (47 
cm.), length  inside  17^  in.  (45  cm.);  the  third  was  protected  by  aporcelain 
tube  and  a  fireclay  tube  1  in.  inside  diameter,  2  in.  outside  diameter,  lei^h 
outeide  18  in.,  length  inside  17)^  in.,  and  the  fourth  couple  was  protected 
by  a  poTceliun  tube  and  a  fireclay  tube  IJ-g  in.  inside  diameter,  3  in.  outside 
diameter,  length  outside  18  in,,  length  inside  17J-^  in.  A  large  electric 
pot  furnace  was  maintained  at  a  constant  temperature  by  means  of  a 
rheostat.  The  temperature  of  this  furnace  was  determined  by  means 
of  a  platinum  thermocouple,  which  was  allowed  to  remain  in  the  furnace 
throughout  the  experiment. 

Experiment  1. — The  furnace  was  maintained  at  approximately  450*  C. 
and  the  four  chromel-alumel  couples  were  plunged  into  it,  one  at  a  time, 
and  allowed  to  remain  there  until  the  millivolt  reading  of  the  couple 
became  constant.  Readings  of  millivolts  and  time  were  taken  and 
curves  plotted. 

Experiment  2. — The  procedure  was  repeated  with  the  furnace  tem- 
perature maintained  at  approximately  950°  C.  The  following  results 
were  obtained: 

460°  C,  960°  c. 

MlHIITU  MnillTBB 

Time  for  reading  of  bare  couple  to  became  constant 5  2H 

Time  for  reading  of  couple  in  carborundum  protection  to  be- 
come constant 25  12^ 

Time  loT  reading  of  couple  in  2  in.  diameter  fireclay  protec- 
tion to  become  constant 50  35 

Time  for  reading  of  couple  in  3  in.  diameter  fireclay  protec- 
tion tA  become  comtant 70  50 

It  was  recognised  that  while  the  above  results  were  interesting  they 
did  not  indicate  what  could  be  expected  from  conmiercial  installations 
where  changes  of  temperature  were  less  rapid.  As  measuring  the  tem- 
perature of  the  gases  of  the  open-hearth  steel  furnace  is  a  promising  field 
for  pyrometry,  it  was  decided  to  make  certain  tests  to  determine  the  effect  . 
rA  couple  protection  on  this  work.    Three  calibrated  platinum  thermor  ^ 
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couples  were  installed  side  by  side  in  the  alag  pocket  of  an  open-hearth 
steel  furnace  just  above  the  checkerwork.  The  first  couple  had  poroelaio 
and  a  IJ^  in.  diameter  carborundum-tube  protection,  the  second  had 
porcelain  and  a  2  ih.  diameter  fireclay-tube  protection,  and  the  third 
couple  had  porcelain  and  a  3  in.  diameter  fireclay-tube  protection. 
Leads  and  switches  were  arranged  so  that  any  one  of  the  couples  could 
be  connected  with  a  millivolt  meter.  Readings  were  taken  d  millivolts 
and  time  for  each  couple  for  seven  reversala  of  the  furnace  gases.    The 
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thermocouple  protected  by  the  2-in.  fireclay  tube  did  not  operate  satis- 
factorily throughout  the  entire  test  and  no  curve  of  the  readings  of  the 
couple  is  included.  The  general  shape  of  the  curve  was  the  same  as  (hat 
of  the  couple  protected  by  the  3-in.  fireclay  tube,  the  time  and  temper- 
ature lag  being  less.  The  average  results  for  this  thermocouple  are  in- 
cluded in  the  tabulated  data.  No  record  was  made  of  the  exact  time  of 
changing  the  valves  on  the  furnace  so  that  no  data  are  available  to  show 
the  time  1%  of  the  couple  protected  by  the  carborundum  tubg.    However, 
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judging  from  the  shape  of  the  curve  for  this  couple,  the  time  lag  must 
have  been  small.  The  data  given  in  Table  1  are  obtained  from  the 
curves  shown  in  F^.  2. 
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*t  Will  be  seen  from  these  results  that  the  use  of  couple-protecting 

*rial  having  high  heat  conductivity  is  of  very  considerable  importance. 

*»  the  glass-furnace  field  carborundum  tubes  are  rapidly  becoming 

Jj^'*ntJard  type  of  protection.     In  Fig.  3  is  shown  a  photograph  of  a 

"Orundum  tube  that  has  had  4  mo.  service  in  an  oil-fired  glass  tank 
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Average  time  lag  of  couple  protected  by  fireclay  tube 
over  carborundum  protected  couple Zmin.  < 

Average  temperature  lag  of  couple  protected  by  fireclay  over 
carborundum  protected  couple 94. £ 
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furnace.  It  will  be  noticed  that  the  fireclay  supporting  tube  has  been 
very  badly  melted  away  while  the  carborundum  tube  shows  only  slight 
signs  of  wear.  A  life  from  6  to  8  mo.  is  usual  for  these  tubes  and  it  is 
not  uncommon  to  find  them  giving  satisf^tory  service  for  a  very  much 
longer  period. 

Due  to  the  high  thermal  conductivity  of  carborundum  tubes  it  is  not 
necessary,  when  installing  this  equipment,  to  allow  the  tube  to  project 
more  than  a  short  distance  into  thefurnace.  In  some  cases  it  is  even 
desirable  to  keep  the  end  of  the  tube  fiush  with  the  furnace  wall;  this 
method  of  installation  will  add  very  materially  to  the  life  of  the  thernx}- 
couple  protection. 
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Helting  Point  of  Refractory  Materials 

BY   LBO    1.    DANA,'  B.    B.,    WASUINOTON,    D.    C. 
ICbiuco  M«etlv,  Baptwnbcr.  181S) 

Thb  object  of  this  paper  is  to  discuss  the  factors  and  conditions  that 
aSect  the  observed  values  of  the  melting  points  of  refractory  materials 
and  to  describe  practical  methods  for  the  detennioation  of  these  points. 
While  it  appeared  to  be  neceBsary  to  discuss  some  of  the  general  pro- 
perties of  silicates  and  refractories,  these  subjects  have  been  entered 
into  only  in  so  far  as  they  relate  to  the  melting  point  and  its 
determination. 

Refractory  materials  such  as  fireclays,  firebricks,  and  minerals  gener- 
ally, may  be  considered  to  be  composed  of  compounds  of  metallic  oxides, 
solid  solutions  of  the  oxides,  the  pure  oxides,  or  mixtures  of  the  three 
classes  together  with  small  amounts  of  a  variety  of  chemical  compounds. 
The  oxides  silica  and  alumina  occur  most  commonly  in  refractory  ma- 
terials; in  combination  with  these,  oxides  of  the  alkali  earth,  the  alkah, 
the  iron  group,  and  the  rare  earth  metals  are  frequently  found. 

Meaning  of  Mzltinq  Point 

In  its  strictest  sense,  the  term  melting  point  is  applied  to  the  tempera- 
ture at  which  the  soUd  and  liquid  phases  of  a  pure  crystalline  substance 
can  remain  in  equilibrium;  at  the  melting  point,  there  is  usually  a  discon- 
tinuous change  of  a  number  of  its  physical  properties.  In  the  case  of 
those  refractory  materials  that  are  either  amorphous  or  heterogeneous 
mixtures  or  compounds  of  oxides  or  other  substances,  the  term  meltii^ 
point  is  not  a  definite  temperature;  the  change  from  the  solid  condition 
to  one  in  which  the  material  will  flow  is  gradual  over  a  temperature  and 
time  interval.  In  addition,  physical  and  chemical  reactions,  which  are 
not  equilibrium  reactions,  often  take  place  during  melting. 

With  the  rise  in  temperature  of  a  refractory  material,  the  first  phe- 
nomenon of  importance  usually  observed  is  the  sintering  or  vitrification  of 
the  particles;  thatis,  the  edges  of  the  particles  first  become  soft  and  liquid 
and  the  particles  stick  together  even  though  all  parts  of  the  material  are 
at  the  same  temperature.'    As  a  result  of  surface  tension,  the  soft  edges 

*  Awigtwnt  Physicist,  U.  S.  Bureau  of  Standfttds. 

>  J.  W.  Mellor;  "Clay  and  Pgttery  laduetries,"  33, 247;  S7, 309.  Griffin,  London, 
I»14. 
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of  the  particles  become  rounded  off.  Sintering  may  also  be  produced  by 
the  fusion  of  the  lower  melting-point  constituents,  the  formation  of 
eutectics  and  solutions,  and  the  chemical  reaction  of  the  constituents.  IT, 
as  a  result  of  these  phenomena,  a  substance^jf  sufficient  fluidity  to  diffuse 
through  the  mass  is  formed,  the  whole  body  may  flow  while  the  solid 
particles  are  held  in  suspension.  From  the  point  at  which  the  substance 
begins  to  sinter,  it  may  become  more  viscous  gradually,  over  a  long  range 
in  temperature,  until  it  flows,  or  it  may  soften  and  flow  distinctly  over  a 
short  range  in  temperature.  While  these  materials  have  a  more  or  leas 
definite  temperature  interval  of  melting,  or  melting  range,  their  soften- 
ing ia  also  a, function  of  the  time. 

If  the  refractory  material  is  a  pure  crystalline  compound,  it  will  have 
a  definite  melting  point,  in  the  strict  sense.  Nevertheless,  there  are  such 
pure  refractory  compounds  as  quartz  and  albite,  which  soften  very  slowly 
and  the  melting  interval  of  which  is  an  interval  of  time;  that  is,  a  long 
time  is  necessary  to  attain  equilibrium  between  the  crystalline  solid  and 
the  liquid.'  For  these  substances,  the  temperature-time  method  is  not 
suitable  for  the  determination  of  the  melting  point.  For'  practical  and 
technical  purposes,  the  criterion  of  marked  ffowisused  forsuch  substances. 
On  account  of  superheating  while  melting,  the  melting  point  found  by 
this  method  may  be  much  higher  than  the  true  melting  point,  as  in  tbe 
case  of  quartz,  where  it  is  about  50°  C.  higher.' 

By  the  term  refractoriness  of  a  refractory  material  is  usually  impUed 
its  resistance  to  the  action  of  heat  or,  more  definitely,  its  ability  to  retain 
its  shape  at  high  temperatures  under  accurately  specified  conditions. 
The  term  "refractoriness"  is  broader  and  more  general  in  meaning  than 
"fusibihty,"  which  is  usually  measured  by  the  softening  point  or  fusing 
point.  The  latter  refers  to  the  temperature  at  which  the  material  begins 
to  lose  its  shape  and  flows.  The  last  mentioned  phenomena  ordinarily 
take  place  in  several  stages  over  a  range  in  temperature.  The  sintering 
of  the  material  produces  shrinkage  and  bending;  but  this  phenomenon 
should  not  be  considered  as  taking  place  in  the  melting  range. 

Assuming  that  the  sample  is  in  the  form  of  a  cone  or  cyUnder,  the 
b^inning  of  the  deformation,  bending,  or  squatting  of  the  specimen 
marks  the  first  stage  of  melting;  the  second  stage  begins  when  the  mate- 
rial has  fused  into  a  lump  or  ball  or,  in  the  case  of  a  cone,  when  the^>ex 
has  touched  the  base;  the  third  stage  begins  when  the  lump  has  flattened 
out  and  is  fluid.  These  melting  stages  occur  over  temperature  interv^ 
of  varying  magnitude,  depending  on  the  substance;  in  many  cases  of  more 
or  I^  pure  compounds,  the  material  melts  at  a  definite  temperature  or 

'  Day  and  Sosman:  Anter.  Jnl  Sci.  [i]  (May,  1911)  31,  341. 

'  The  temperature  at  which  silica  begins  to  flow  is  about  1750°  C.  See  C.  W. 
Kanolt:  TJ.  S.  Bureau  of  Standards  Tech.  Paper  10.  True  mel^g  point  of 
crystobalite  is  1710°  C.     See  Ferguson  and  Merwin:  Amer.  Jnl.  Sd.  (Aug.,  iei8),48- 
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over  a  very  Bmall  temperature  interval  and  thus  it  does  not  serve  a  useful 
purpose  to  demarcate  the  melting  stages.  That  particular  stage  in 
the  melting  range  which  ia  to  be  considered  as  the  melting  point  or  soften- 
ing point  depends  on  the  material  and  the  extent  of  softening  that  will 
manifest  the  most  information  concerning  some  limitations  of  use  of  the 
material  or  the  conclusions  to  be  derived  from  the  melting-point  test. 
From  a  general  and  practical  standpoint  and  wherever  the  conditions 
of  use  of  the  material  are  not  specifically  known,  the  knowledge  of  the 
temperature  at  which  a  marked  and  distinct  flow  of  the  sample  begins  is 
most  important  and  useful  as  a  fixed  temperature  as  well  as  a  comparison 
temperature. 

The  temperature  at  which  a  marked  Bow  begins  usually  occurs  after 
the  start  of  the  above-mentioned  first  stage  of  melting.  Especially  with 
samples  in  the  form  of  a  ct^ne  and  cylinder  and  with  rapid  rates  of  heating, 
the  beginning  of  the  marked  and  distinct  flow  is  seen  to  occur  when  the 
sample  is  about  half  bent  over  or  halfway  between  the  first  two 
stages. 

In  general,  then,  the  practical  definition  of  the  melting  point  of  a 
refractory  material  is  identical  with  that  of  its  softening  or  fusing  point 
and  is  arbitrarily  stated  to  be  the  temperature  at  which  a  marked  flow 
of  the  material  begins.  In  terms  of  the  deformation  of  a  cone  or  cylinder, 
the  melting  point  is  halfway  between  the  temperature  at  which  the  de- 
formation begins  and  the  temperature  at  which  the  material  fuses  into  a 
lump  or  ball  or  is  completely  bent  over.  For  most  refractory  materials, 
the  melting  point  is,  under  specified  conditions,  reproducible  and  definite 
enough  to  be  worth  determining, 

Factobs  and  Conditions  Affecting  Observed  Melting  Point 

Ckemieal  Composition. — It  is  evident  that  the  chemical  composition 
of  a  refractory  material  will  affect,  to  a  large  extent,  the  observed  melt- 
ing point.  While  attempts  have  been  made  to  determine  a  relationship 
between  the  melting  point  and  composition  of  fireclays,  no  definite  and 
complete  connection  has  been  found.  In  fact,  no  equihbrium  diagram 
can  be  established  for  such  complex  and  heterogeneous  mixture  as  fiire- 
ehiys  and  firebricks;  first,  because  of  the  large  number  of  components, 
and,  second,  because  of  the  inhomogeneity  of  the  chemical  constituents. 
For  the  same  reasons  it  is  difficult  to  determine  empiric  relations  between 
the  observed  melting  point  (which  is  not  an  equihbrium  temperature) 
and  the  composition.  Nevertheless,  chemical  analyses  will  often  indi- 
cate the  relative  refractoriness  of  different  materials.  Of  course,  where 
we  have  combinations  of  chemically  pure  oxides  in  which  are  formed 
definite  chemical  compounds,  solid  solutions  or  eutectics,  the  tempera- 
ture versus  composition  or  equilibrium  diagrams  have  been  established 
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for  a  number  of  groups  of  oxides,  such  as  for  the  combinatlonfl  of  lime, 
alumina,  magnesia,  and  silica.* 

The  addition  of  an  impurity  to  a  refractory  material  usually  lowers 
its  melting  point.  For  instance,  in  fireclay  substances,  the  addition  of 
sodium,  potassium,  iron,  titanium,  calcium,  or  magnesium  compounds 
produces  a  very  marked  depression  of  the  melting  point;  the  addition  of 
silica  to  fireclay  materials  decreases  the  refractoriness  while  the  addition 
of  alumina  increases  it. 

Site  of  Farticlea  and  Shape  and  Position  of  Body. — It  is  well  known 
that,  within  certain  limits,  the  smaller  the  particles  of  a  refractory  mate- 
rial the  lower  may  be  its  melting  point.  The  softening  of  the  surface 
of  the  particles  takes  place  at  a  lower  temperature  than  the  softening  of 
the  whole  body  en  masse;  in  other  words,  the  particles  sinter  together 
before  the  body  flows.  It  is  readily  apparent  that  the  smaller  the  parti- 
cles or  the  finer  the  texture,  the  greater  is  the  surface  area  exposed  to 
softening.  The  fine  division  of  the  particles  also  allows  a  wider  and 
more  thorough  distribution  of  the  fluxing  agents;  consequently,  the  vitrifi- 
cation will  proceed  more  rapidly,  the  solution  and  reaction  of  the  constitu- 
ents will  be  facihtated,  and  the  material  will  flow  at  a  lower  tempera- 
ture. On  the  contrary,  a  finer  division  of  the  particles  may  produce  a 
wider  and  more  thorough  distribution  of  the  higher  melting-point  con- 
stituents to  the  extent  of  raising  the  melting  point. 

The  total  effect  on  the  melting  point  of  varying  the  aise  of  the  parti- 
cles ordinarily  is  not  large.  For  example,  in  the  case  of  a  large  number  of 
samples  of  coal  ash,  those  specimens  ground  "to  an  impalpable  powder 
tended  to  soften  at  a  slightly  lower  temperature  than  ash  that  would 
pass  a  100-mesh  screen.  The  difference  averaged  6°  C.  and  in  no  test 
exceeded  40°  C"  Experiments  made  in  the  pyrometry  laboratory  at 
the  Bureau  of  Standards  on  the  melting  points  of  silica  foundry  sands  of 
particles  just  passing  a  lO-mesh  screen  showed  no  differences  in  meltii]^ 
point  larger  than  the  experimental  error  when  the  particles  were  ground 
to  pass  an  80-mesh  screen.  Other  experiments  on  a  fireclay  brick  gave  a 
melting  point  of  1655°  C.  when  ground  to  pass  an  80-mesh  screen  and 
1640°  C.  when  ground  to  pass  a  200-mesh  screen.  The  melting  point  of 
the  ui^round  brick  was  found  to  be  1630°  C.  In  this  case  it  appears  that 
the  grinding  served  to  modify  the  distribution  of  the  different  constitu- 
ents in  addition  to  reducing  their  size.  All  of  these  experiments  were 
made  under  the  same  conditions. 

Because  the  melting  of  a  refractory  material  is  accompanied  by  a 
more  or  less  gradual  decrease  in  viscosity,  the  temperature  of  marked  flow 

'R.  B.  Sosman;  The  Cominon  Refractory  Oxides.  Tram.  Faraday  Soc.  (19I(i- 
17)  U,  264;  Jnt.  Ind.  &  Eng.  Chem.  (Nov.,  1916)  985. 

*Fieldnor,  Hall,  and  Field:  U.  S.  Bureau  of  Mines  Bxdl.  129,  114. 
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will  be  dependent  on  the  original  geometrical  form  and  position  of  the 
substance.  For  example,  pyrometric  cones  in  the  shape  of  a  tetrahedron 
with  the  axes  at  various  angles  from  the  vertical  will  be  subject  to  different 
bending  moments  while  softening  and  falling  over;  thus  when  bent  over, 
the  degree  of  Suidity  attained  will  not  be  the  same.  If  the  same  sub- 
stance were  in  the  form  of  a  short  cylinder,  it  is  probable  that  one  would 
not  be  able  to  judge  by  the  squatting  of  the  cylinder  the  temperature  at 
which  the  same  degree  of  viscosity  occurs  as  in  the  case  of  the  cone; 
hence  the  melting  point  observed  with  a  cylinder  may  be  different  from 
that  observed  with  a  cone.  However,  experiments  made  at  this  Bureau 
showed  no  difference  between  the  melting  points  of  a  cone  and  cylinder 
of  the  same  height  placed  vertically  and  heated  under  the  same  condi- 
tions. The  cylinder  measured  2,5  cm.  in  height  and  1.2  cm.  in  diameter; 
the  cone  was  in  the  shape  of  a  tetrahedron,  being  2.5  cm.  high  and  having 
8-mm.  sides  for  the  base. 

Time  and  Rate  of  Heating. — The  process  of  vitrification  and  melting 
of  refractories  is  a  matter  of  time  as  well  as  of  temperature.  Obviously, 
the  longer  the  time  during  which  the  substance  is  held  within  its  vitri- 
fication range  the  greater  the  ext«nt  of  sintering;  that  is,  the  softening, 
melting,  solution,  or  reaction  of  the  components.  Thus,  if  a  refractory 
is  held  for  a  long  time  within  its  vitrification  range,  its  fusibihty  will  be 
increased ;  if  a  refractory  is  kept  for  a  long  time  below  the  vitrification 
range,  the  sintering  will  not  be  appreciable.  The  melting  point  may  be 
increased  by  the  occurrence  of  a  chemical  reaction  that  results  in  the 
formation  of  a  compound  with  a  higher  melting  point  than  either  of  the 
components;  rapid  heating  would,  in  this  case,  arrest  the  formation  of 
such  a  compound.  In  the  case  of  some  materials  prolonged  heating 
brings  about  volatihzation  of  the  more  volatile  constituents,  such  as 
alkali  compounds,  with  a  consequent  increase  of  refractoriness.* 

The  observed  melting  point  will  also  vary  markedly  with  the  rate  of 
heating.  In  accordance  with  the  well-known  principle  of  the  increase  in 
the  rate  of  reaction  with  the  rise  in  temperature,  the  speed  of  a  vitrifica- 
tion is  accelerated  by  raising  the  temperature;  consequently,  theiaster 
the  rise  in  temperature,  the  smaller  is  the  total  amount  of  sintering  or 
vitrification.  At  the  same  time,  by  rapid  heating  the  solution  of  the 
components  and  the  formation  of  eutectics  may  be  arrested  considerably; 
thus  some  of  the  factors  that  can  cause  the  mat.erial  to  flow  are  largely 
diminished  in  effectiveness. 

It  takes  a  long  time  for  some  pure  refractory  compounds  to  melt; 
thus  the  melting  temperature  will  vary  with  the  rate  of  heating,  for  the 
extent  of  superheating  while  melting  will  be  different  for  every  rate  of 
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heating.  In  practically  all  instances  of  impure  refractory  mixtures  or 
compounds,  the  melting  range  will  depend  on  the  rate  of  heating  also 
because  of  the  time  effect  in  melting.  It  ia  believed  that  the  effect  of  s 
change  of  rate  of  heating  is  more  marked,  the  closer  one  approaches  the 
melting  point. 

Ae  a  general  rule,  and  within  certain  limits,  the  faster  the  rise  in  tem- 
perature the  higher  is  the  apparent  melting  point.  No  better  illustration 
of  this  can  be  found  than  with  Seger  cones,  where  the  softening  tempera- 
tures can  becasily  varied  by  50°  C.  or  more  by  changing  the  rate  of  heating.' 
At  the  Bureau  of  Standards,  no  difference  in  melting  point  was  found  in  the 
case  of  a  firebrick  heated  to  the  melting  point  in  1  hr.  and  one  heated  for 
5  hr.  In  the  case  of  very  rapid  rates  of  heating,  the  lai^  temperature 
gradient  in  the  sample  may  play  a  part  in  causing  a  h^h  value  for  the 
melting  point. 

Nature  of  the  Surroundings. — Several  possible  external  conditions 
affect  the  melting  point.  The  pressure  of  the  atmosphere,  per  se,  will 
have  practically  no  effect;  that  is,  it  would  take  a  pressure  of  many 
atmospheres  to  change  the  melting  point  even  shghtly.  In  an  indirect 
manner,  however,  the  melting  point  may  be  changed  considerably  in  a 
vacuum;  namely,  the  more  volatile  and  fusible  components,  such  as  alkaU 
and  alkali  earth  compounds,  may  distill  or  sublime,  thus  causing  a  rise 
in  melting  point,  and  vice  versa,  those  substances  that  go  off  at  atmos- 
pheric pressure  may  not  do  so  at  higher  pressures. 

Due  to  chemical  reaction  with  the  gases  in  the  atmosphere  surrounding 
the  refractory,  its  melting  point  can  be  altered  considerably.  In  the 
case  of  some  materials,  coat  ash,  for  example,  the  nature  of  the  atmosphere 
is  the  factor  exercising  the  greatest  influence  on  the  melting  point.'  The 
terms  reducing,  oxidizing,  and  neutral  atmospheres  are  not  sufficiently 
definite  and,  when  considering  the  nature  of  the  atmosphere,  the  gasea 
present  should  be  indicated.  For  example,  in  a  reducing  atmosphere 
either  carbon  vapor  and  carbon  monoxide  or  hydrogen  and  water  vapor 
may  predominate;  and  the  effect  of  one  atmosphere  may  be  totally  dif- 
ferent from  that  of  the  other. 

In  a  carbon  and  carbon-monoxide  reducii^  atmosphere,  many  refrac- 
tories are  very  strgngly  attacked,  the  extent  being  dependent  on  the 
chemical  composition,  the  pressure,  and  the  temperature.  Under  some 
reducing  conditions,  ferric  oxides  in  fireclay  substances  or  other  refrac- 
tories are  reduced  to  the  ferrous  state  and  combine  to  form  low-melting- 
point  siUcates,  which  very  materially  increase  the  fusibility.  In  very 
strongly  reducing  carbon  atmospheres,  all  the  iron  oxides  may  be  reduced 

'R.  B.  So»nan'.  The  Phyeioal  Chemietry  of  Sei;cr  Cones.  Tratv.  Amer.  Cer. 
Soc.  (1913)  16,  482. 

•  Fieldner,  H&U  and  Field;  loe  eil. 
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to  metallic  iron,  thus  preventing  reactions  with  the  silicates.  At  high 
temperatures,  silica  and  silicates  are  reduced  by  carbon  forming,  under 
certain  conditions,  various  compounds  of  silicon,  carbon,  and  oxygen. 
On  the  other  hand,  in  oxidizing  atmospheres,  some  substances  may  be 
oxidized,  allowing  or  preventing  them  from  reacting  with  the  refractory 
and  bringing  about  a  change  in  the  melting  point. 

Conditions  in  Use  Affecting  Apparent  Melting  Point. — Substances  co,m- 
iag  in  contact  with  the  refractory,  such  aa  molten  metals,  slags,  duxes,  and 
flue  dust,  often  attack  the  refractory  and  may  lower  its  melting  point  con- 
siderably. Since  the  temperature  at  which  a  refractory  begins  to  flow  is 
related  to  the  degree  of  viscosity  the  material  has  attained,  the  applica- 
tion of  a  load  will  make  the  material  deform  faster  and  at  a  lower  tem- 
perature. On  account  of  the  more  intimate  contact  of  the  particles,  the 
application  of  a  load  will  allow  a  refractory  to  sinter  at  a  lower  temperature 
and  the  continued  application  of  the  force  will  result  in  the  material 
softening  or  melting  at  a  lower  temperature.  It  also  appears  to  be  true 
that  the  larger  the  load  applied,  the  lower  is  the  temperature  at  which  the 
material  will  soften  and  collapse.  For  instance,  the  softening  point  of  & 
fireclay  brick  with  no  load  was  1730°  C.  while  with  a  load  of  50  lb.  per 
sq,  in.  it  was  1200°  C  A  fireclay  with  a  softening  point  of  1650°  C. 
gave  a  softening  point  of  1436°  C.  with  a  load  of  54  lb.  per  sq.  in. ;  and  one 
of  1380°  C.  with  a  load  of  72  lb.  per  sq.  in.*" 

In  general,  so  large  a  number  of  complex  physico-chemical  phenom- 
ena enter  into  the  melting  of  a  refractory  material  that  it  becomes  impos- 
sible to  predict  in  most  cases  in  which  direction  the  melting  point  will 
change  by  changing  the  factors  and  conditions  under  which  the  material 
is  heated. 

Practical  Determination  of  the  Melting  Point 

The  ideal  method  of  determining  the  melting  point  of  a  refractory 
material  would  be  to  observe  it  under  the  actual  conditions  of  use;  in 
most  cases,  however,  this  is  practically  impossible.  What  actually  has 
to  be  done  is  to  compromise  between  duplicating  the  conditions  of  use, 
on  the  one  hand,  and  substituting  feasible  methods  afforded  by  labora- 
tory facilities,  on  the  other;  unfortunately  one  usually  is  compelled  to 
decide  almost  wholly  in  favor  of  the  latter.  To  determine  the  melting 
point  under  conditions  approximating  those  of  use  or  in  such  a  manner  as 
to  form  definite  and  specific  correlations  between  the  melting  point  and 
other  properties  in  use  very  often  demands,  in  the  case  of  each  material, 
extended  and  elaborate  investigation  (as,  for  example,  the  relation  of  the 
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melting  point  of  coal  ash  and  the  degree  of  clinkerii^).  Because  of  Uie 
great-  variation  in  the  properties  and  characteristics  of  refractory  inst«- 
riala,  these  conditiona  of  teat  cannot  be  made  the  optimum  for  all 
materials;  accordingly  they  cannot  be  made  as  detailed  and  special  as 
if  we  were  dealing  with  one  type  of  refractory.  As  far  as  possible  they 
should  be  logical,  simple,  and  easily  reproducible  so  that  a  standard  and 
practical  method  for  the  determination  of  the  melting  point  of  refrac- 
tories may  be  established. 

The  fact  that  conditions  in  use,  such  as  load  and  chemical  reaction, 
may  give  an  apparent  melting  point  widely  different  from  that  observed 
in  the  laboratory  is  no  valid  reason  for  determining  the  melting  point 
very  roi^^y,  as  by  making  Soger  cone  pyrometric  measurements,  and 
by  varying  and  not  specifying  the  sise  of  the  particles,  the  time  and  rate 
of  heating,  and  the  chemical  nature  of  the  atmosphere.  Each  of  these 
factors  introduces  a  variable  into  the  value  for  the  observed  melting 
point;  and  if  these  factors  are  not  specified  and  are  varied  from  time  to 
time,  the  observed  melting  point  will  not  have  a  definite  and  reproduci- 
ble meaning.  Since  the  meltit^-point  test  is  used  as  one  of  a  number  of 
tests  to  determine  whether  refractories  conform  to  specifications,  it  is 
very  essential  that  it  should  have  a  definite'  meaning  to  the  extent  that  a 
melting-point  test  on  the  same  material  made  in  various  laboratories 
should  give  practically  the  same  value  and  that  the  value  should  be  re- 
producible in  the  same  laboratory.  In  order  that  this  E^reement  be 
possible,  the  factors  and  conditions  of  the  melting-point  test  should  be 
practically  the  same  or,  at  least,  the  existing  factors  and  conditions  should 
not  be  sufficiently  divergent  to  produce  large  disagreements. 

Sampling,  Grinding,  and  Molding. — When  the  material  of  which  the 
melting  point  is  to  be  determined  is  a  fireclay  brick  with  comparatively 
large  pieces  of  grog  held  together  by  fireclay,  one  cannot  procure  a 
representative  sample  by  simply  breaking  off  a  piece  at  random.  Id 
the  case  of  a  firebrick  or  any  other  material  in  which  there  is  not  uniformity 
of  texture'  and  composition  or  the  particles  are  larger  than  SO-mesb,  the 
material  should  be  carefully  sampled.  It  thus  becomes  necessary  to 
grind  it,  which  makes  molding  of  the  material  into  a  cyUnder  or  cone  a 
requisite.  With  bricks  of  fine  and  uniform  texture,  however,  a  piece 
may  be  chipped  off  and  shaped  into  a  cone  or  cylinder.  Materials  in 
the  form  of  s  fine  powder  can,  after  mixing,  be  briqueted  directly. 

As  the  size  of  the  particles  may  affect  the  melting  point,  the  degree 
of  fineness  to  which  the  material  has  been  ground  should  be  specified,  at 
least  approximately.  There  is  the  possibility  of  grinding. the  material 
so  fine  that  any  further  reduction  will  have  no  effect  on  the  melting  point; 
also  of  grinding  the  material  just  sufficiently  to  insure  uniformity  in  dis- 
tribution of  the  components  and  proper  consistency  to  allow  the  form  to 
retain  its  shape  after  briqueting.    From  the  standpoint  of  the  comparison 
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at  the  melting  pointa  of  different  ref  ractoriee,  the  first  is  the  better,  but 
it  involves  the  labor  and  time  of  fine  grinding;  the  second  is  the  more 
feauble  and,  for  a  large  variety  of  materials,  when  a  cylindrical  specimen 
IB  used,  grinding  to  pass  an  SO-mesh  screenappesrs  to  be  suitable.  When 
cones  are  made,  the  material  should  be  ground  to  100-  to  200-roe8h  and 
molded  with  a  binder.  A  binder  is  not  necessary  with  the  cyUndrical 
form,  because,  with  the  aid  of  a  little  moisture,  the  material  can  very  con- 
venieotly  be  briqueted  under  pressure.  A  binder  should  not  be  used  if 
it  will  attack  the  refractory.  A  10  per  cent,  solution  of  dextrin  in 
water  is  a  satisfactory  binder.  After  the  sample  is  molded,  it  is  safest  to 
bum  off  the  dextrin  in  an  oxidizing  atmosphere  at  about  600°  C,  and  then 
determine  the  meltii^  point." 

Since  it  appears  that  there  is  no  material  difference  between  the  melt- 
ing point  of  a  cone  2.5  cm.  high  and  having  8  mm.  sides  for  a  base  and  a 
cylinder  1.2  cm.  in  diameter  and  2.5  cm.  high,  either  may  be  used.  As 
shown  above,  the  cylinder  is  the  most  convenient  to  use. 

Precautions  should  be  taken  that  in  no  case  the  melting-point  speci- 
men is  too  large  for  the  rate  of  heating  used,  because  large  temperature 
gradients  may  be  set  up  in  the  specimen.  The  smaller  the  sample,  the 
easier  it  is  to  maintain  fair  temperature  uniformity  in  the  sample  in  a 
laboratory  furnace. 

Time  and  R(Ue  of  Heating. — In  order  to  approximate  the  usual  condi- 
tions of  use,  the  rate  of  heating  would  have  to  be  slow  and  the  time  pro- 
longed; such  a  course  is  not  desirable  or  convenient  in  the  laboratory. 
The  time  of  heating  should  not  be  so  loi^  as  to  waste  time  nor  to  make 
it  tedious  to  watch  the  specimen;  nor  should  the  rate  be  bo  fast  as  to  mask 
the  melting  effect  or  to  make  the  melting  interval  too  short  to  afford 
sufficient  time  to  measure  the  temperature  at  the  melting  point. 

The  time  of  heating  from  room  temperature  to  about  1000°  C.  may  usu- 
ally be  very  short,  for  it  is  believed  that  the  rate  during  this  interval  is 
not  of  much  consequence.  For  materials  melting  around  1700°  C,  a 
total  time  of  heating  of  not  leas  than  30  min.  and  up  to  2  hr.,  and  a  rate 
of  heating  (from  about  50°  below  the  melting  point  and  during  melting) 
between  5°  and  10°  C.  per  minute  are  satisfactory.  The' following  table 
represents  a  temperature  versus  tiine  curve  of  heating  of  a  firebrick,  the 
melUng  point  of  which  was  determined  at  the  Bureau,  with  sufficient 
approximation : 

T«»,.Tv»  iKT«v:.L.  d™.~  c,  ,^„ 

Boom  temperatim!  to  1000. 20 

1000  to  1660 26 

1650  to  1700  (melting  point) '6 

"  For  description  of  method  of  molding  into  a  cone  see  Hofman:  Tnmt.  (1894) 
H,  57;  (1895)  S6.  10:  or  Reldner,  H&ll,  sad  Field:  tM.  cit..  29. 
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It  should  be  emphasized  that  in  stating  the  melUng  point  of  a  re* 
fractory  material  the  temperature-time  curve  must  be  represented  as 
definitely  as  necessary  to  allow  the  duplication  of  practically  the  same 
value  for  the  observed  melting  point. 

Type  of  Furnace  and  Conditions  Existing  in  Furnace. — The  following 
may  be  said  to  be  essential  characteristics  of  a  furnace  for  determinii^  the 
melting  point  of  refractories:  It  should  be  capable  of  easily  reaching 
a  temperature  of  1800°  C,  since  most  refractories  melt  below  1800°  C; 
for  those  materials  melting  over  1800°  C,  special  procedure  and  technique 
are  usually  required.  The  atmosphere  in  the  furnace  should  not  react 
chemically  with  the  specimen  to  any  appreciable  extent.  FaciUties 
should  be  provided  for  making  temperature  measurements  with  an 
optical  pyrometer.  Good  control  of  the  rate  of  heating  should  be  possible. 
The  type  of  furnace  chosen  depends,  to  some  extent,  on  the  original  cost, 
the  cost  of  operation,  and  the  number  of  melting-point  tests  to  be  made. 

The  two  general  types  of  furnaces  in  use  are  the  electric-resistance 
furnaces  and  the  fuel-fired  furnaces.    They  may  be  classified  as  follows  : 

Electric  Furnaces. — Some  form  of  carbon  as  resistor;  such  as  graphite 
tube  in  air,  crushed  carbon  or  Kryptol,  carbon  plate  resistor,  graphite 
resistance  vacuum  furnace.  Metal  aa  resistor;  such  as  iridium  tube  or 
wire  and  tungsten  or  molybdenum  wire  or  tube. 

Fuel-fired  Furnaces. — Coal,  coke,  or  oil,  and  gas-air  or  gas-air- 
oxygen. 

Graphite  or  carbon-tube  furnaces,  with  or  without  water-cooled 
electrodes,  have  been  constructed  in  many  forms.  When  operated  under 
atmospheric  pressure,  the  tubes  do  not  last  long  on  account  of  oxidation; 
they  are  somewhat  protected  from  oxidation  by  passing  a  neutral  or  re- 
ducing gas  through  or  around  them.  This  gas  may  serve  to  carry  away 
smoke  80  that  optical  temperature  measurements  may  be  made.  With 
the  graphite  resistor,  the  atmosphere  in  the  furnace  is  strongly  reducing; 
many  refractories  are  greatly  attacked  in  a  carbon  and  carbon-monoxide 
reducing  atmosphere." 

By  simple  inspection  of  the  melted  sample,  it  is  usually  not  possible 
to  tell  whether  the  reduction  has  reached  appreciable  proportions,  there- 
by introducing  great  uncertainty  into  the  melting-point  determination. 
In  many  instances,  the  surface  of  the  sample  is  attacked  and  a  shell  of 
higher  melting  point  than  the  inner  portion  is  formed.  Thus,  while  the 
inner  material  may  have  been  melted,  no  outward  evidence  of  this  fact 
is  shown.  Whenever  possible,  it  is  much  safer  and  more  desirable  to 
protect  the  sample  from  the  strongly  reducing  atmosphere  (provided  this 
type  of  atmosphere  does  not  exist  in  actual  use  of  the  material)  with  a 

"  The  gases  in  the  atmoHpheiv  of  a  carbon-resistance  furnace  at  high  temperaturnt 
are  principally  carbon  monoxide,  nitrogen,  and  carbon  vapoi. 
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refractory  tube  of  low  porosity;  and  a  slight  Gun-ent  of  air  through  this 
tube  will  serve  to  oxidize  the  reducing  gaaes  and  drive  off  Bmoke.  Porce- 
lain tubes  of  Marquardt,  or  those  approximating  the  composition  of  silli- 
manite  Al30s.SiOi  (melting  point,.  1810°  C.)  may  be  used  for  this  purpose 
up  to  temperatures  as  high  aa  1800°  C,  although  they  become  soft  and  do 
not  last  long  at  thia  temperature.  Well-sintered  tubes  or  crucibles  of 
alumina  or  magnesia  or  mixtures  of  the  two  may  be  used  if  they  are  thick 
enough.  Unfortunately,  protection  tubes  for  use  at  higher  temperatures 
are  not  readily  obtainable,  although  they  undoubtedly  could  be  made. 

Crushed-carbon,  graphite,  or  kryptol,  and  carbon-plate  resistor 
furnaces,  in  addition  to  the  above  difficulties,  do  not  allow  very  accurate 
regulation.  Also,  some  forms  make  it  difficult  to  take  optical  tempera- 
ture measurements.  While  a  graphite-resistance  vacuum  furnace  pre- 
sents the  difficulties  of  greater  initial  cost,  of  producing  a  vacuum,  and 
of  opening  and  closing  large  vacuum-tight  joints,  the  atmosphere  is 
kept  free  from  smoke  and  good  temperature  uniformity  can  be  main- 
tained, thus  facilitating  optical  temperature  measurements.  Higher 
temperatures  can  be  more  conveniently  reached  in  the  vacuum  furnace. 

Ip  order  that  the  carbon  atmosphere  in  the  vacuum  furnace  may  have 
no  appreciable  chemical  effect  on  the  specimen,  it  is  usually  necessary  to 
keep  the  pressure  below  1  or  2  mm.  Even  then  it  is  safer  to  pro- 
tect the  sample  with  a  refractory  porcelain  tube  closed  at  one  end  and 
suspended  from  the  cool  part  of  the  furnace.  This  prevents  the  carbon 
vapor  or  particles  shooting  off  from  the  resistor  from  gaining  access  to 
the  specimen.  Practically  all  the  gases  in  the  tube  must  come  from  the 
cool  part  of  the  furnace;  and  these  gases  consist  of  nitrogen  and  carbon 
monoxide  in  low  concentration.  It  is  also  possible  that  the  tube  largely 
diminishes  the  convention  of  the  reducing  gases  past  the  specimen  and 
consequently  the  reducii^  action  is  not  so  great  as  without  the  tube.  To 
prevent  the  sample  or  its  container  from  sticking  to  the  tube,  they  may  be 
separated  by  a  layer  of  powdered  alundum. 

For  a  laboratory  in  which  a  large  number  of  melting-point  determina- 
tions are  made,  a  graphite-resistance  vacuum  furnace  of  the  Arsem  type 
is  the  most  desirable  electric  furnace;  the  lasting  operation  of  the  resistor, 
the  clarity  of  the  atmosphere,  the  rapidity  of  action  and  excellence  of 
control  and  the  good  black-body  conditions  afford,  with  suitable  protec- 
tion for  the  sample,  the  most  convenient  and  precise  method  of  melting 
refractory  materials  in  an  electric  furnace,"  see  Fig.  1. 

Several  furnaces  with  metals  as  the  resistor  and  capable  of  attaining 
temperatures  of  ISOCC  or  higher  have  been  constructed.  Iridium  In  the 
form  of  tubes  or  wire  has  been  used  by  a  number  of  investigators;  but 

"  For  desoription  of  use  of  ArEem  furnace  in  melting  refnutoriee  see  C.  W.  K&nolt: 
U.  S.  Bureau  of  Standaixie  Ttck.  Paper  10  and  Set.  Paper  212. 
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this  metal  is  bo  expensive  and  volatilizes  so  readily  that  it  is  ordinarily 
outside  the  range  of  metals  accessible  for  a  practical  furnace.     Tungsten 


and  molybdenum  have  been  used  considerably  in  the  form  of  wire  wound 
on  refractory  tubes.    For  lasting  operation,  it  is  requisite  tiiat  the  wire 
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be  protected  from  oxidation  by  Burrounding  it  with  a  reducing  atmoephere, 
preferably  with  hydrogen.  Obstacles  in  the  way  of  general  adoption  of 
these  furnaces  are  the  danger  of  hydrogen  explosions  and  the  difficulty 
of  obtaining  hydrogen  in  sufficient  quantity.  Even  in  the  reducii^ 
atmospheres,  the  resistors  do  not  have  a  long  life,  as  they  become 
brittle. 

Pumaces  with  tubes  of  tungsten,  molybdenum,  or  similar  high  melting 
point  metals  are  still  in  the  experimental  stase.  They  should  be  run  in 
a  vacuum  or  hydrogen  and,  apart  from  the  absence  of  a  carbon  or  carbon 
monoxide  reducing  atmosphere,  they  are  not  so  advantageous  as  graphite 
resistance  vacuum  furnaces.  Coal,  coke,  or  oil-fired  furnaces  have  been 
used  for  melting  refractories,  but  they  are  unsuitable  for  laboratory  fur- 
naces in  which  small  masses  are  placed  and  for  which  accurate  control  is 
an  essential.  They  are  too  large  and  are  inconvenient  on  account  of 
dirt,  smoke,  and  possibly  a  strongly  reducing  atmosphere;  besides,  it  is 
not  easy  to  obtain  the  requisite  high  temperature. 

Gas  furnaces  offer,  besides  the  electric  furnace,  the  only  other  prac- 
tical means  of  attaining  high  temperatures.  In  the  case  of  furnaces 
using  illuminating  gas  made  from  coal  and  air  at  2  or  3  lb.  (0.9  or  1.4 1^.} 
pressure,  the  maximum  temperature  reached  in  an  ordinary  furnace  is 
about  1400°  C. ;  when  burning  natural  gas,  temperatures  100°  or  200° 
higher  may  be  attained.  With  air  pressures  at  10  lb.  (4.5  kg.)  and  over 
and  illuminating  gas,  it  is  possible  to  obtain  temperatures  as  high  as 
1650°  C;  and  in  the  case  of  natural  gas,  as  high  as  1800*  C.  By  recuper- 
ating the  waste  heat  or  by  preheating  the  gases,  these  temperatures  could 
be  raised  considerably;  also,  by  the  addition  of  oxygen,  temperatures  over 
2000°  C.  have  been  maintained.  These  statements  are  very  general  and 
may  not  hold  in  the  case  of  a  number  of  furnaces;  they  are  not  intended  as 
8  complete  statement  of  the  problem  of  attaining  high  temperatures  in 
gas  furnaces. 

It  is  quite  a  different  matter  to  obtain  a  temperature,  say,  of  1750°  C. 
uniformly  over  a  space  of  several  cubic  inches  than  it  is  to  reach  this 
temperature  in  a  small  spot.  For  melting  refractories  one  should  be  able 
to  obtain  a  uniform,  high  temperature  over  a  sufficient  volume  to  procure 
reliable  reeulto.  In  order  to  do  this,  it  is  usually  necessary  to  enclose  the 
specimen  in  a  refractory  crucible  or  muffle.  At  present,  one  of  the  diffi- 
culties is  that  of  refractories  for  the  lining  and  crucibles  to  contain  the 
specimen — a  problem  that  is,  perhaps,  more  difficult  of  solution  for  gas  fur- 
naces than  for  electric  furnaces. 

The  Bureau  of  Standards  has  been  working  on  the  problem  of  design- 
ing a  gas  furnace  suitable  for  the  determination  of  the  melting  point  of 
refractories  but  has  not  yet  perfected  it.  Gas  furnaces  can  be  made  in 
convenient  laboratory  form  and,  on  account  of  their  simplicity,  low  initial 
cost  and  cost  of  operation,  and  the  comparative  ease  with  which  high 
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temperatures  are  obtained,  probably  will  offer,  after  considerable  develop* 
ment,  the  beat  solution  of  the  problem. 

The  question  of  the  atmosphere  in  the  furnace  is  intimately  bound  up 
with  the  type  of  furnace  used.  Probably  most  refractories  used  in  indus- 
try are  heated  in  a  reducing  atmosphere.  But  it  is  not  possible  to  repro- 
duce exactly  these  conditions  in  the  laboratory.  Carbon-resistance 
furnaces  are  very  liable  to  have  a  strongly  reducing  atmosphere; means  for 
avoiding  this  have  been  described  before.  Gas  furnaces,  on  the  other 
hand,  which  are  intended  for  use  at  the  higher  temperatures  usually 
have  ondizing  atmospheres.  Since  a  refractory  would  ordinarily  have 
ita  lowest  melting  point  in  a  slightly  reducing  atmosphere,  such  a  one  may 
be  preferable.  At  the  present  stage  of  development  of  furnaces,  how- 
ever, the  question  of  the  best  type  of  atmosphere  must  be  left  unsettled. 

Temperature  Meaaurements  and  ObaervaHon  of  Melting. — For  a  very 
rough  measurement  of  the  melting  temperature  of  a  refractory,  the  tem- 
perature as  indicated  by  the  melting  of  a  material  the  melting  point  of 
which  is  known — by  a  pyrometric  cone — has  often  been  taken.  The  re- 
fractory is  then  said  to  have  a  softening  temperature  corresponding  to  a 
certain  cone  number.  The  reason  given  in  justification  of  this  process 
is  that  cones  are  used  in  furnaces,  or  kilns,  in  which  ceramic  products 
are  fired  to  measure  temperatures,  or  at  least  heat  effects.  But  the  cones 
are  used  in  the  ceramic  industry  under  quite  different  conditions  from 
those  when  softening  points  are  determined.  First,  the  rate  of  heat- 
ing of  the  cone  is  much  slower  in  a  kiln  than  in  a  laboratory  furnace. 
Second,  the  cone  is  heated  in  the  kiln  over  a  short  range  of  tempera- 
ture. The  cone  serves  in  such  a  case  as  a  sort  of  integrator  of  the  time 
versus  temperature  curve  of  heating.  When  a  small  range  of  cones  is 
heated  under  the  same  circumstances  the  practical  ceramist  can  draw 
conclusions  from  the  deformation  of  those  cones,  which  serve  to  indicate 
the  proper  degree  of  firing  of  his  products. 

But  in  the  laboratory,  where  a  rather  large  rai^e  of  cones  is  used 
and  where  the  rate  of  heating  is  comparatively  rapid  and  may  vary 
from  time  to  time,  the  determination  of  the  cone  softening  point  is  not 
of  much  significance  and  serves  no  useful  purpose  in  practice.  What 
should  be  done  is  to  determine  the  point  at  which  the  refractory  softens 
on  a  uniform  and  reproducible  temperature  scale  under  properly  specified 
conditions.  This,  we  believe,  reduces  the  nimiber  of  variables  in  the 
determination  to  a  minimum  and  affords  more  reliable  results. 

It  has  repeatedly  been  shown  and  emphasized  that  the  softening 
point  of  Seger  cones  depends  on  a  number  of  factors  and  conditions  simi- 
lar to  those  affecting  the  meltii^  of  other  refractories.  That  is  to  say, 
the  softening  point  depends,  to  some  extent,  on  the  nature  of  the  atmos- 
phere but,  most  important  of  all,  on  the  time  and  rate  of  heating.  Usu- 
ally the  more  rapid  the  heating,  the  higher  is  the  softenii^  temperatuie; 
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50°  to  75°  C,  difference  in  softening  temperature  eaaily  results  from  vary- 
ing the  rate  of  heating.  Cones  do  not  even  measure  beat  efTects  with 
any  semblance  of  precision  when  employed  under  different  conditions; 
it  is  possible  to  subject  a  cone  to  different  conditions  of  heating  and  still 
produce  the  same  amount  of  deformation.  As  far  aa  an  approximate 
measure  of  a  reproducible  temperature  or  heat  effect  is  concerned,  the 
indication  of  a  Seger  cone  is  unreliable  even  for  conuuercial  precision, 
unless  the  nature  of  the  atmosphere  in  which  the  cone  is  heated  and  the 
temperature  versus  time  curve  of  heating  are  specified.  Even  though 
these  conditions  are  specified,  there  is  no  way  of  accurately  deducing  a 
common  basis  of  comparison  of  temperature  or  heat  effect  when  the  cones 
are  used  under  different  conditions. 

To  measure  the  temperature  of  melting  with  sufficient  accuracy,  it  is 
necessary  to  use  some  form  of  optical  or  radiation  pjrrometer.  With 
relatively  slow  heating,  it  is  possible  to  use  a  Wanner  or  a  ¥6ry  optical 
pyrometer  by  alternately  watching  the  specimen  melt  and  sighting 
through  the  pjrometer  to  measure  the  temperature.  A  more  rapid  and 
precise  instrument,  however,  and  one  which  permits  the  observation  of 
the  specimen  simultaneously  with  the  measurement  of  its  temperature, 
la  the  Holbom-Kurlbaum  type  of  Morse  optical  pyrometer."  In  deter- 
mining the  temperature  with  any  form  of  optical  pyrometer,  it  is  essen- 
tial that  sufilciently  good  black-body  conditions  exist  in  the  furnace  as  it 
is  impOBsible  to  apply  any  reliable  emissivity  correction.  With  electric 
furnaces  and  with  gas  furnaces  containing  muffles  or  crucibles  in  which 
the  specimen  is  heated,  it  is  not  difficult  to  obtain  good  black-body  con- 
ditions; even  a  slight  departure  from  a  pterfect  black  body  will  enable 
one  to  discern  the  specimen.  To  see  the  specimen  with  sufficient  clarity, 
it  is  usually  necessary  to  keep  the  eye  constantly  fixed  on  it  and  its 
aurroundings. 

In  sighting  on  a  melting  specimen,  it  is  sometimes  important  to  sight 
on  a  surface  that  is  rather  oblique  to  the  line  of  vision,  for  the  surfaces 
that  are  more  or  less  perpendicular  to  the  line  of  vision  may  appear 
darkened  in  the  field  because  they  do  not  reflect  any  light  from  the  sur- 
roundings into  the  pyrometer  and  because  their  emissivity  is  low.  In 
this  connection,  one  should  guard  against  the  condition  of  sighting  on  a 
surface  reflecting  light  from  a  hotter  spot  for  in  such  a  case  the  measured 
temperature  would  be  higher  than  the  true  temperature.  The  atmos- 
phere between  the  pyrometer  and  the  sample  must  be  perfectly  clear, 
that  is,  free  from  smoke  or  flames,  because  the  latter  act  as  an  absorption 
screen,  causing  errors  of  an  uncertain  magnitude. 

As  a  rule  the  flow  of  the  sample  can  be  observed  a  great  deal  more  dis- 


"  Thie  pyrometer  is  manufactured  in  this  country'  by  The  Lcedn  &  Northrup  Co., 
Philadelphia  Pa. 
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tiDctly  when  sighted  on  sidewise  rather  than  from  above;  that  is,  in  the 
former  case  the  change  in  Unear  dimensions  and  is  position  appeaja 
greater  to  the  eye.  In  the  Arsem  vacuum  furnace  the  sample  ia  viewed 
from  above,  consequently  the  point  at  which  a  marked  flow  of  the  sample 
begins  is  rather  difficult  to  observe,  being  subject  to  the  personal  eqaa- 
tion  of  the  observer.  We  see,  then,  that  to  measure  the  temperatm«  of 
melting  of  a  refractory  material  it  is  advisable  to  use  a  Holborn-Kurl- 
baum  type  of  the  Morse  optical  pyrometer;  to  be  sure  that  sufficiently 
good  black-body  conditions  are  maintained;  to  sight  on  the  proper  part 
of  the  specimen;  and  finally,  to  be  sure  that  the  absorption  of  the  atmos- 
phere is  negligible. 

DISCUSSION 

J.  8,  Unqeb,*  Pittsburgh,  Pa.  (written  discussiont). — Firebricks 
intended  for  the  same  purpose,  but  supplied  by  different  manufacturers, 
may  be  of  entirely  different  clays,  contain  different  proportions  of  flint, 
calcined  and  plastic  clays;  the  particles  may  vary  widely  in  size;  the  water 
used  to  make  the  brick  will  vary ;  the  pressure  in  molding  will  vary,  depend- 
ing on  whether  the  brick  is  hand  made  or  power  pressed;  and  the  degree 
of  burning  in  the  same  kiln  will  differ.  These  variables  affect  the  meltii^ 
point  and  the  strength  of  the  brick  when  heated. 

An  important  property  of  a  firebrick  is  its  ability  to  resist  heat  and, 
at  the  same  time,  weight  or  load  without  serious  deformation.  The  soft- 
ening point  and  the  melting  point  of  a  firebrick  may  be  several  hundred 
degrees  apart,  and  two  bricks  may  show  considerable  difference  in  their 
softening  points,  but  the  melting  points  may  be  approximately  the  same. 
Bricks  are  not  usually  employed  at  temperatures  close  to  their  melting 
points.  If  they  must  withstand  very  h^h  temperatures,  the  firebrick 
is  discarded  and  a  brick  of  more  refractory  material  is  used.  Under  these 
conditions  it  is  doubtful  whether  the  determination  of  the  melting  point 
of  a  brick  has  much  practical  value. 

If  the  determination  of  the  melting  point  is  necessary,  the  test  should 
be  made  on  a  portion  of  the  original  brick  and  not  on  a  specially  prepared 
sample.  A  small  triangular  pyramid  with  a  base  about  IH  in-  aiid  3  in. 
high  can  be  sawed  from  the  comer  of  the  brick  with  a  thin-bladed  car- 
borundum wheel,  without  injuring  or  destroying  the  size  of  particles, 
the  bond,  or  degree  of  burning  of  the  original  brick.  This  specimen  can 
then  be  compared  with  standard  Seger  cones  or  test^  by  any  other 
method  desired. 

P.  D.  FooTB,  Washington,  D.  C. — Probably  more  "melting-point" 
teats  of  firebrick  have  been  made  at  the  Bureau  than  all  other  high-tem- 
perature tests  combined  and  I  feel  sure  that  the  oonsenaus  of  opinion 

•  Mnnagei-.  Central  Refiearch  Bureau.  t  Received 'Sept  25;  1919. 
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among  manuf aoturers  is  that  the  meltii^-point  determinatioD  furnishea 
some  desirable  check.  Where  possible,  we  cut  pyramids  and  cones  from 
firebrick,  but  frequently  the  bricks  are  of  such  coarse  texture  that  this 
method  would  not  give  a  fair  sample.  In  such  cases  we  make  the  Uttle 
Gonea  from  the  groimd  material,  reaUzing,  of  course,  that  the  method 
influences  the  results  obtained.  Obviously  the  melting-point  determina- 
tions are  not  failure  tests.  The  Bureau  of  Standards  makes  failure  tests 
but  these  were  not  considered  in  this  paper.  Mr.  Dana  has  carefully  de- 
fined what  is  meant  by  "  melting  point "  and  on  the  basis  of  this  definition 
the  paper  is  consistent  and  the  data  obtained  are  reliable  and  conclusive. 

R.  C-  Pdbdt,  Worcester,  Mass. — We  should  keep  in  mind  that 
the  fusion  of  clay  is  only  a  pri^p-essive  proposition.  When  the-  bricks 
are  burned,  that  is,  formed  and  burned  in  the  kilns,  a  certain  amount  of 
fusion  has  taken  place,  permitting  the  bricks  to  attain  a  mechanical 
strength.  The  melting  point,  erroneously  so  called,  is  only  the  carrying 
of  fusion  to  the  stage  where  the  cone  will  not  sustain  its  own  shape,  that 
is,  without  a  load.  The  load  test  or  the  softening  point,  as  referred  to 
erroneously  again,  if  you  will,  is  a  measure  of  the  degree  to  which  the 
material  has  been  softened  by  fusion  sufficient  to  be  unable  to  sustain 
the  standard  load.  Both  of  them  are  measuring  the  same  thing  except 
that  the  softening  test  is  a  measure  of  resistance  to  pressure  of  the  soft- 
ened mass.  At  the  temperature  of  the  load  test,  the  clay  is  more  or  less 
molten.  The  melting-point  test  or,  more  properly  speaking,  the  fusion 
test,  gives  the  temperature  or  heat  treatment  required  to  so  soften  the 
clay  that  it  will  d^orm  or  flow  under  pressure  of  gravity. 

A  protection  shield  made  of  fused  bauxite  will  have  a  great  deal  of 
strength.  A  piece  12  in.  by.l  in.  by  }^  in.  suspended  between  knife-edge 
supports  10  in.  apart  will  not  be  deflected  by  a  3-lb.  load  applied  midway 
between  supports  and  heated  for  several  hours  at  1450°  C. 

The  same  thought  can  be  carried  to  firebrick.  A  firebrick  made  of 
fused  bauxite  will  sustain  loads  well  up  to  the  fusion  point  of  the  crys- 
tallised alumina  whereas  bricks  made  of  fireclay  will  be  deformed  under 
load  at  temperatures  and  heat  treatments  much  lower  than  is  required 
when  no  load  is  applied. 

There  is  no  such  thing  as  a  melting  point  of  clay;  it  is  a  progressive 
fusion,  and  to  speak  of  melting  point  or  softening  point  is  not  accurate. 

Leo  I.  Dana  (author's  reply  to  diseuseion*).^ — I  believe  the  deter- 
mination of  the  melting  point  of  a  firebrick  is  of  great  practical  value. 
It  serves  to  show  the  upper  limit  of  temperature  beyond  which  the 
brick  must  not  be  heated  under  any  conditions  of  use,  under  no  load  in- 
cluded. Of  course  the  conclusions  to  be  drawn  from  this  test  should  be 
correlated  with  the  results  of  a  number  of  other  tests  made  on  the  re- 
•  R«ceived  Jan.  17,  1920. 
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fractory,  such  as  the  softening  point  under  load,  the  chemical  com- 
position, etc.  At  any  rate,  the  melting-point  test  haa  been  inchided 
aa  a  'desirable  test  by  the  American  Society  for  Testing  Materials. 

In  order  that  this  test  may  have  the  same  meaning  and  give  the 
same  results  in  various  laboratories,  it  is  necessary  that  it  be  atandardiEed 
in  such  a  way  that  the  least  number  of  variable  factors  possible  enter 
into  the  test.  This  I  have  attempted  to  do;  and  the  reasons  for  using  a 
specially  prepared  sample,  and  for  not  employing  Seger  cones,  are  fully 
discussed  in  the  paper. 

The  fact  that  the  ordinary  refractory  materials  melt,  soften,  or 
fuse  over  a  range  of  temperature  and  time  has  been  pointed  out  in  tbe 
paper..  In  attempting  to  fix  this  phenomenon,  the  upper  and  lower 
limits  of  the  range  or  some  one  particular  point  in  it  must  be  defined. 
Because  the  phenomenon  is  one  of  plastic  law,  a  certain  d^ree  of  in- 
definiteness  is  inherently  attached  to  the  upper,  lower,  or  any  other 
point  of  the  melting  range.  As  a  result  of  melting-point  determina- 
tions of  a  large  number  of  various  refractory  materials  in  the  Bureau  of 
Standards'  laboratories,  it  appeared  that  the  simplest  and;  most  exact 
method  of  fixing  the  phenomenon  so  aa  to  be  reproducible  was  to  define 
it  as  the  temperature  at  which  a  marked  flow  of  the  sample  began,  other 
controlling  conditions,  such  as  time  and  rate  of  heating,  being  specifically 
stated.  In  the  light  of  this  definition,  the  melting,  softening,  and  fusing 
points  are  synonymous.  The  term  "melting  point"  was  chosen,  be- 
cause it  is  the  most  general  phrase  describing  the  phenomenon. 
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High-temperature  Scale  and  its  J^plication  in  the  MesBurement  of 
True,  Brightness,  and  Color  Temperatures 

BY    KDWAKD    P.    BTDK,*    CLBVBLAND,    OmO 
(ChlnKga  Mestinc.  S^lcmbar,  IBIB) 

At  the  basis  of  optical  pyroraetry  lie  the  theoretical  and  experi- 
mental data  of  the  so-called  black  body.  The  black  body  is  esseotially 
a  theoretical  conception,  with  certain  simple  properties  attributed  to  it 
—fundamentally,  the  property  that  its  radiation  at  any  temperature 
is  a  unique  function  of  the  temperature  and  does  not  involve  any  other 
variables.  As  a  theoretical  conception,  an  equation  has  been  developed 
by  Boltzmann  connecting  the  total  radiant  power  with  the  temp>erature, 
and  another  equation  by  Planck  connecting  the  distribution  of  radiant 
power  throughout  the  spectrum  with  the  temperature.  The  integral 
of  the  latter  with  respect  to  wave-length  conduces  to  the  former  and  per- 
mits the  evaluation  of  the  constant  Ci  of  the  Planck  equation,  as  given  m 
the  form 

J  =  c,\-»  ^  ^     -  (1) 

assuming  that  the  constant  a  of  the  Stefan-Boltzmann  law 

E  =c  (T*  -  T*.) 
is  known.    The  other  constant  Cs  is  arrived  at  by  other  methods,  which 
will  be  discussed  later.    This  equation  for  the  black  body  lies  at  the 
foundation  of  optical  pyrometry. 

To  make  the  discussion  complete,  it  should  be  stated  that  the  theo- 
retical black  body  is  quite  closely  reahzed  bya  hollow  enclosure  with  walls 
at  a  uniform  temperature  and  radiating  through  a  small  orifice.  The  elec- 
trically heated  black  body,  first  introduced  by  Lummer  and  Kurlbaum, 
is  an  essential  part  of  the  equipment  of  a  pyrometric  research  or  testing 
laboratory.  Numerous  investigations  have  shown  that  its  radiation 
conforms  to  that  of  the  theoretical  black  body  within  experimental  errors. 
Hence  by  operating  the  electrically  heated  black  body  at  the  melting 
point  of  some  pure  metal  for  which  the  temperature  of  melting  has  been 
determined  on  the  gas  scale,  a  standard  is  obtained  for  comparison  with 
the  radiation  from  other  substances;  and  starting  with  this,  other  high 
temperatures  of  the  black  body  may  be  obtained  by  the  use  of  Planck's 
equation. 

*  Director,  Nela  Research  Laboratory. 
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To  establish  a  correct  high-temperature  scale  it  is  necessary  to  adopt 
the  melting  point  of  some  convenient  metal,  to  determine  with  accuracy 
the  value  of  the  constant  d,  and  to  select  some  method,  free  from  error, 
by  which  a  monochromatic  radiation  may  be  secured,  if  the  temperature 
scale  is  to  be  extended  in  the  usual  way. 

Before  discussing  these  various  points  it  is  well  to  note  that  the  Planck 
equation  may  be  reduced,  for  all  ordinary  temperatures  and  for  wave- 
lengths within  the  visible  spectrum,  to  the  simpler  form  of  the  Wien 
equation 

J  =  ci  X-'  e'Cr  (3) 

without  introducing  any  appreciable  error.  The  equation  in  this  form 
is  used  in  most  practical  work;  and  for  temperatures  not  in  excess  ol 
3000*  K.  and  for  wave-lengths  not  in  excess  of  0.7^,  it  is  correct  to  within 
an  error  of  0.1  per  cent. 

It  is  necessary,  in  practice,  first  to  connect  the  experimental  black- 
body  scale  with  the  gas  scale  by  the  adoption  of  the  melting  points  of 
one  or  more  pure  metals,  the  temperatures  of  melting  of  which  have 
already  been  determined.  There  are  a  number  of  these  to  select  from 
as  a  result  of  the  classical  work  of  Day  and  Sosman,'  who  carried  the  gas 
scale  up  to  the  melting  point  of  palladium,  including  in  their  measure- 
ments the  melting  points  of  gold,  copper,  tin,  etc.  Of  these  various 
metals,  gold  and  palladium  have  probably  been  used  most  frequently. 
Gold  is  given  by  them  as  melting  at  1335.6°  K.  (273°  +  1062.6°  C.)  and 
palladium  at  1822.5°  K.,  and  until  recently  both  of  these  melting  pomts 
have  frequently  been  adopted  as  two  points  on  the  high-temperature 
scale.  Within  the  last  few  years,  however,  it  has  been  found,  as  the 
result  of  researches  at  Nela  Research  Laboratory  and  at  the  Reichsan- 
stalt,  that  the  two  values  are  not  quite  consistent  if  the  most  probable 
value  of  ci  is  taken  and  if  precautions  as  to  monochromatic  radiation  are 
followed.  It  has  therefore  been  proposed  in  this  country  that  the  meltios 
point  of  gold,  as  ^ven  by  Day  and  Sosman,  be  adopted  as  the  standard 
temperature,  since  this  is  several  hundred  degrees  lower  than  that  of 
palladium,  and  hence  quite  probably  more  nearly  correct.  On  this  pro- 
posed scale,  the  melting  point  of  palladium  is  found  to  be  1828°  K.,  and  the 
radiation  from  the  black  body  at  the  melting  point  of  palladium  with 
this  new  value  is  frequently  used  as  a  secondary  standard  in  pyrometrica! 
calibrations  and  measurements. 

The  constant  cj  has  been  assigned  various  values  as  investigation  has 
proceeded,  starting  with  the  value  Ct  =  14,500fi  deg.  as  found  in  the 
early  work  of  Lummer  and  Pringsheim.  As  the  result  of  a  number  of 
recent  investigations,  including  the  extended  work  of  Coblentz  and  the 

» Am.  Jnl.  Set.  (41  (1910)  S»,  93. 

liq,t7ed;yGoO<:^lc 


EDWAItD   F.    HYDE  287 

careful  evaluation  by  Millikan  from  data  obtained  on  the  photoelectric 
effect  and  interpreted  in  terms  of  the  quantum  theory,  the  most  probable 
value  of  ct,  in  the  Ught  of  all  data  available,  is  taken  as  14,350/t  deg. 
Recently  the  laboratories  of  the  General  Electric Co.*adopted,aH the  most 
probable  high-temperature  scale,  that  based  on  the  melting  point  of 
gold  as  1336°  K.  and  the  value  ci  =  14,350;i  deg. 

As  stated,  the  only  other  obstacle  in  the  way  of  experimentally  ex- 
tending the  optical  scale  from  the  accepted  gold  point  lay  in  the  difficulty 
of  properly  securing  monochromatic  radiation,  or,  what  amounts  to  the 
same  thing,  of  determining  the  effective  wave-length  of  transmission  of 
the  so-called  monochromatic  red  glass  filters  commonly  used  in  the  eye- 
pieces of  optical  pyrometers.  Since  this  question  ^11  be  discussed  in 
another  paper  to  be  presented  at  this  symposium,  it  need  only  be  men- 
tioned here. 

True  and  Black-body  Temperatures 

With  a  properly  calibrated  optical  pyrometer,  it  is  a  simple  matter 
to  measure  directly  the  true  temperature  of  any  radiator  that  has  the 
properties  of  a  black  body.  But  it  is  well  known  that  do  material  sub- 
stance possesses  the  radiating  properties  of  a  Hack  body.  At  any  given 
temperature  not  only  is  the  radiant  flux*  less  than  that  of  a  black  body 
at  the  same  temperature  because  its  emissive  power*  is  less  than  unity, 
but  also  the  distribution  of  radiant  flux  in  the  spectrum  is,  in  general, 
different  from  that  of  the  black  body  at  the  same  temperature  owing 
to  the  non-uniformity  of  the  emissive  power  of  the  substance  throughout 
the  spectrum.  For  platinum  and  tungsten,  and  possibly  for  one  or  two 
other  substances,  the  true  temperatures  have  been  determined  and  the 
characteristics  just  described  have  been  verified.    Particularly  in  the 

*Gen.  Eke.  Bev.  (1917)  SO,  811. 

•  RadiajU  fiiix  haa  been  defined,  in  the  1918  report  of  the  Committee  on  Nomen- 
clature and  Staodards  of  the  Dluminftting  Enpneering  Society,  as  "the  rate  of  flow 
of  radiation  evaluated  with  reference  to  energy  and  .  .  .  expresaed  in  ergs  per  second 
oritt  watta."  In  the  present  p&per,  it  ia  also  used  \o  express  the  rate  of  flow  of  radia- 
tion per  unit  wavelength,  aa  well  as  the  int«gral  rate  of  flow  for  the  entire  apectrum. 
The  context  will  show,  in  each  case  in  which  the  expieaaion  ia  uaed,  which  aignificance 
is  intended. 

*  By  the  emUswt  potoer  at  any  radiating  body  at  a  given  wave-length  and  for  a 
given  temperature  is  meant  the  ratio  of  the  radiant  flux  per  unit  area  emitted  by  the 
body  at  the  given  wave-length  and  for  the  given  temperature  to  that  emitted  by  a 
black  body  at  the  aame  wave-lei^h  and  for  the  same  temperature.  Hie  term 
emUnvity  has  been  used  by  some  authors  to  express  thia  same  quantity,  but  others 
prefer  to  use  this  term  to  aignify  the  radiant  flux  emitted  per  unit  area,  measured  in 
absolute  uoita.  According  to  these  authors  the  term  relalive  emusivitjr  would  replace 
the  term  emiasiae  penoer  employed  in  the  present  paper,  It  is  to  be  understAod  that 
unless  some  spectral  limitation  is  imposed  the  emissive  power  refers  to  the  total  radiaat 
ibu  for  the  complete  apectrum. 
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case  of  tungsten  elaborate  etudies  of  its  radiating  properties  and  an  accu- 
rate determination  of  its  true  temperatures  have  been  made. 

For  practically  all  substances  other  than  the  two  or  three  mentioned, 
it  is  necessary  to  content  oneself  with  apparent  temperatures.  It  is 
for  this  reason  that  the  term  black-body  temperature  has  come  into  use; 
but  whereas  it  has  been  employed  in  a  unique  way,  there  are  now  recog- 
nized at  least  two  essentially  different  kinds  of  apparent  black-body 
temperature  in  optical  pyrometry,  and  stiU  a  third  kind  if  total  radiation 
pyrometry  is  included.  Hence  it  becomes  necessary  to  be  more  explicit 
and  to  adopt  a  nomenclature  that  will  adequately  discriminate  between 
them. 

As  formerly  used,  the  term  black-body  temperature  of  a  hot,  radiating 
substance  signified  the  temperature  of  a  black  body  at  which  its  radiant 
flux  at  a  given  wave-length,  usually  in  the  neighborhood  of  0.65/i,  was 
the  same  as  that  of  the  radiating  substance  the  temperature  of  which  was 
desired.  This  determined  temperature  was  not  that  of  the  substance, 
because  the  emissive  properties  of  the  latter  are  known  to  differ  by  an 
unknown  amount  from  those  of  a  black  body.  But  by  determining  the 
temperatiU'e  of  the  black  body  at  which  it  would  have  the  same  brightness 
in  some  specified  spectral  region  as  that  of  the  substance  under  investiga- 
tion, an  empirical  scale  of  apparent  temperature  would  be  estabUshed 
for  the  hot  substance  and  so  furnish  a  means  of  reproducing  any  given 
hot  condition  and  of  comparii^  the  properties  of  the  radiating  matter  at 
various  conditions  of  apparent  temperature. 

Since  recently  there  has  come  into  fairly  common  use  in  optical 
pjTometry  a  second  kind  of  apparent  black-body  temperature,  viz., 
blach-hody  color  temperature,  to  which  reference  will  be  made  shortly, 
it  is  necessary  to  further  qualify  the  general  term  blade-body  temperature 
in  its  older  signiflcaoce.  This  quantity,  in  its  use  in  Nela  Research 
Laboratory,  has  come  to  be  designated  as  black-body  brightrtegs  tempera- 
ture, or,  in  brief,  brightness  temperature,  and  the  author  suggests  here 
the  acceptance  of  this  term,  and  furthermore  the  acceptance  of  the 
symbol  Sy°K.  to  represent  it.*  The  subscript  is  intended  to  show  the 
wave-length  at  which  the  brightness  equality  has  been  obtained,  and 
"K.,  consistent  with  much  good  practice,  is  added  to  show  that  the  tem- 
perature is  expressed  on  the  so-called  Kelvin  scale,  that  is,  in  degrees 
centigrade  +273°  on  the  gas  scale.  ' 

With  respect  to  the  second  kind  of  apparent  black-body  temperature 
in  use  in  optical  pyrometry,  attention  is  recalled  to  the  previous  discussion 
of  the  various  ways  in  which  the  radiating  properties  of  a  substance  may 
differ  from  those  of  a  black  body.  Not  only  is  the  emissive  power  of  a 
substance  always  different  (less)  from  that  of  a  black  body,  but  in  general 


*  See  footnote  6. 
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the  emissive  power  of  a  material  substance  will  vary  from  wave-length 
to  wave-length  throughout  the  spectrum.  Hence  one  may  establish  the 
hot  condition  of  a  substance  not  only  by  determining  its  black-body 
brightness  temperature  but  also  by  determining  the  temperature  of  a 
black  body  at  which  the  ratio  of  the  radiant  flux  at  some  two  arbitrarily 
chosen  wave-lengths  Xi  and  Xi  is  the  same  as  that  for  the  substance  under 
investigation.  This  method  of  obtaining  an  apparent  temperature  is 
based  on  the  distribution  of  radiant  flux,  rather  than  on  the  absolute 
amount  of  it  in  any  one  wave-length.  It  frequently  happens  in  the  case 
of  radiating  metals  that  the  relative  distributions  of  radiant  flux,  taken 
the  same  for  the  radiating  substance  and  for  the  black  body  at  0,7fi  and 
at  0.5;i,  i.e.,  near  the  two  ends  of  the  visible  spectrum,  are  found  by  experi- 
ment to  be  essentially  the  same  throughout  the  visible  spectrum.  In 
such  casBB  the  color  of  the  l^ht  from  the  substance  and  from  the  black 
body  would  be  identical. 

Since  the  application  of  this  method  of  determining  an  apparent  black- 
body  temperature  by  comparison  of  the  distribution  of  the  spectral 
radiant  flux  of  a  substance  with  that  of  a  black  body  was  made  first  by 
use  of  the  integral  color,  this  apparent  black-body  temperature  is  called 
the  Uack'body  color  temperature,  or,  briefly,  the  color  temperatuTe.  In 
its  more  general  use,  it  refera  to  the  relative  radiant  flux  in  two  wave- 
lengths, and  the  following  symbol  for  its  designation  is  proposed,* 
Tcfxi^,)"  K.  When  the  measurement  is  made  by  means  of  the  integral 
light  the  term  in  parentheses  may  be  omitted. 

As  stated,  there  is  a  third  kind  of  apparent  black-body  temperature 
if  total  radiation  pyrometry  is  included.  Thus  the  determination  of  the 
temperature  of  a  black  body  at  which  its  iut^pral  radiant  flux  equals  that 
of  the  given  radiating  substance  at  the  given  unknown  temperature 
furnishes  an  empirical  measure  of  its  temperature.  This  method  of 
pyrometry  is  in  practical  use.  The  apparent  temperature  obtained  by 
this  method  should  be  designated  as  the  black-body  totai  radiation 
temperature,  more  briefly,  the  total  radialion  temperature,  or  still  more 
briefly  in  practice,  the  radiation  temper(Uure.    As  a  symbol  Tg"  K,  is 


Relation  Between  Tstte,  Brightness,  ano  Color  Tehferatureb 

It  would  be  well  if  in  every  case  one  could  arrive  at  the  true  tempera- 
ture of  a  hot  substance,  even  though  in  many  cases  any  means  of  repro- 
ducing definite  temperature  conditions  are  satisfactory.    But  generally 

<  If  T  is  th«  symbol  chosen  to  represent  temperature  it  would  be  mora  consistnit 
to  express  brightness  temperature  by  Tbo^,)'  K.  rather  than  by  8\,  "K.as  proposed, 
^ee,  bowerer,  the  Istter  term  is  so  generally  used,  the  author  hesitates  to  suggest 
ft  change  th&t  might  cause  confusion. 


jooyGoOt^lc 


290  HIGH-TEMPESATUBB   SCALE   AND   ITS   APPLICATION 

it  is  not  feasible  to  measure  the  true  temperature.  The  best  that  can  be 
done  is  to  measure  an  apparent  temperature  such  as  the  brightness  or 
color  temperature.  In  cases  where  an  approximation  to  true  temperature 
is  for  some  reason  particularly  defiirable,  it  is  helpful  to  learn  what  is 
known  regarding  the  relations,  if  any,  that  exist  between  true,  color,  and 
brightness  temperattirea. 

There  is  one  relation  that  exists  without  exception,  viz.,  that  the 
brightness  temperature  of  a  radiating  substance  is  always  less  than  the 
true  temperature.  This  then  gives  a  limit  in  one  direction,  though  it 
throws  no  light  oa  the  difference  between  true  and  brightness  temperature 
for  any  particular  substance.  Another  relation  has  been  found  to  hold 
for  tungsteo  and  platinum,  and  quite  probably  holds  for  many  other 
metals  but  is  not  universally  true,  viz.,  that  the  color  t^nperature  for 
these  metals  at  high  temperatures  is  always  hi^^er  than  the  true  tempera- 
ture, thus  giving  an  upper  limit  to  the  true  temperature.  Moreover,  for 
tungsten  and  not  improbably  for  many  other  metals,  the  color  tempera- 
ture, though  higher,  is  much  nearer  the  true  temperature  than  the  lower 
limit  given  by  the  brightness  temperature. 

The  two  methods  of  determining  apparent  black-body  temperatures 
have  their  respective  merits  as  applied  to  different  cases,  and  in  many 
cases  both  may  be  used  advantageously.  It  is  not  the  place  in  this  paper, 
however,  to  enter  upon  a  discussion  of  these  matters,  or  to  introduce  a 
discussion  of  accuracy  attainable  or  of  special  experimental  difficulties. 
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Theory  and  Accimcy  in  Optical  Pyrometry  with  Particular  Reference 
to  the  DiSRppearine-fihunent  Type 


(Chuxo  UmUhc,  SepUmbar,  ISIO) 

When  measuriDg  ordinary  tempersturee,  the  infitrumeDt  is  generally 
placed  in  very  close  contact  with  the  body  the  temperature  of  which  is 
desired.  However,  if  the  temperature  of  the  source  is  continually  raised, 
a  point  is  soon  reached  where  no  known  substance  will,  in  general,  remain 
constant  in  any  of  its  temperature-measuring  properties  if  placed  in 
direct  contact  with  the  source.  Also,  it  is  occasionally  necessary  to  meas- 
ure the  temperature  of  a  source  that  is  bo  small  or  bo  situated  that  it 
would  be  very  hard  to  bring  the  measuring  instrument  into  direct  contact 
with  the  source.  When  these  conditions  exist,  advantage  is  taken  of  the 
weU-known  fact  that  aH  bodies,  when  at  sufficiently  h^h  temperatures, 
send  out  radiation  in  amounts  readily  measurable.  This  radiation  has 
been  found  to  be  related  to  the  temperature.  The  temperatures  of  very 
hot  bodies  have  probably  always  been  judged  by  the  color,  or  the  bright- 
ness, of  the  light  given  off.  With  practice,  one  can  estimate  probably 
within  50'  to  100°  C.  of  the  correct  value.  However,  if  judgment  is 
left  to  the  eye  alone,  very  much  larger  errors  are  sometimes  made,  due  to 
the  use  that  has  been  made  of  the  eye  just  previous  to  the  time  (A  esti- 
mating. To  secure  accurate  estimates  by  eye,  a  comparison  source  is 
necessary. 

The  introduction  of  a  comparison  source  is  the  first  step  toward  an 
optical  pyrometer,  which  consists  of  a  comparison  source  and  some  con- 
venient arrangement  for  matching  this  source,  either  in  brightness  or  in 
color,  against  the  source  studied.  In  Fig.  1  is  shown  diagrammatically 
the  arrangement  used  in  one  form  of  the  Le  Chateher  optical  pyrometer. 
The  light  from  the  comparison  source  at  C  is  reflected  into  the  eyepiece 
by  a  mirror  E  so  arranged  that  one-half  of  the  field  is  illuminated  by 
hght  from  the  comparison  source  and  the  other  by  light  from  the  source 
studied.  The  match  Ib  obtained  either  by  varying  the  intensity  of  the 
comparison  source  or  by  varying  the  size  of  the  opening  before  the  ob- 
jective lens  Z>.  In  the  Wanner  optical  pyrometer,  the  beams  of  light 
from  the  comparison  source  and  the  source  studied  are  so  arranged  that, 
by  the  use  of  a  polarizing  device,  the  two  beams,  as  viewed  through  the 
eyepiece,  are  polarized  in  a  plane  at  right  angles  to  each  other.     By  rotaU 

*  Phj'sicist,  Nela  Reaearoh  Laboratory. 
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ing  another  nicol  located  in  the  eyepiece,  the  two  sources  can  be  made  to 
appear  the  same  in  brightness. 

The  disappearing-Slament  type  of  optical  pyrometer  is  very  simple 
in  its  construction,  being  practically  a  telescope  in  appearance.  It  differs 
from  a  telescope  in  that  it  contains,  for  use  aa  a  oomparisoD  source,  a 
lamp  filament,  called  the  pyrometer  filament,  which  is  located  at  the  focus 
of  the  objective  lens.  In  series  with  this  filament  is  a  small  battery,  a 
resistance,  and  an  ammeter.  To  measure  the  temperature  of  any  hot 
body  with  this  pyrometer,  the  instrument  is  first  sighted  upon  the  hot 
body,  which  is  done  as  easily  and  in  much  the  same  manner  as  the  fo- 
cusing of  an  opera  glass.  When  looked  at,  the  hot  object  is  seen  with  the 
pyrometer  filament  crossing  it,  so  that  the  filament  appears  much  thesame 
as  the  cross-hairs  in  an  ordinary  telescope.    By  varying  the  current,  the 


lit 


Fm.  1. — Areanoements  used  in  one  p 


F  Le  Ch atelier  optical  pthomktes. 


brightness  of  the  filament  will  change  and  it  can  be  made  to  disappe&r 
against  the  image  of  the  source  studied.  By  mounting  a  piece  of  red 
glass  in  the  eyepiece,  it  is  much  easier  to  tell  when  the  brightness  of  the 
object  sighted  upon  and  the  comparison  source  are  the  same. 

When  working  with  optical  pyrometers,  certain  precautions  are  neces- 
sary if  errors  are  to  be  avoided.  In  this  paper  an  attempt  is  made  W 
discuss  fully  some  of  these  precautions  and  also  some  of  the  principles 
governing  the  accuracy  and  use,  in  particular  as  applied  to  the  dis- 
appearing-filament  type  of  optical  pyrometer.  There  are  also  included 
the  results  of  several  exi>eriments  with  this  type  of  pyrometer,  wd 
several  reasons  why  it  has  been  used  quite  extensively  in  the  research 
laboratories  of  this  country  and  is  being  used  more  and  more  in  industrial 
work.  These  experiments  show  that  different  observers  working  with 
the  same  pyrometer  will  obtain  almost  exactly  the  same  readings  and 
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that  different  pyrometers  of  this  type,  calibrated  in  different  laboratories 
by  different  obaervers,  agree  very  weU  in  their  readings. 

Definition  of  Black  Body. — KirchhoS  has  defined  the  black  body  as  one 
that  will  absorb  all  the  radiation  that  it  receives;  that  is,  it  will  neither 
refiect  nor  transmit  any  of  the  incident  radiation.  He  also  showed  that 
the  radiation  from  such  a  body  is  a  function  of  the  temperature  alone. 
There  is  no  known  substance  that  has  exactly  this  property,  the  nearest 
approaph  is  probably  some  form  of  untreated  carbon.  As  a  cavity  with 
walls  at  a  uniform  temperature  possesses  the  properties  of  a  black  body, 
the  radiation  issuing  from  a  hole  made  in  the  wall  of  the  cavity  will  obey 
the  laws  of  black-body  radiation. 

Many  attempts  have  been  made  to  realise  this  uniformly  heated 
cavity  with  an  opening  through  which  the  radiation  can  be  studied. 
The  one  most  commonly  used  for  temperatures  above  1000°  K,  consists 
of  a  refractory  tube  more  or  less  uniformly  wound  with  platinum  ribbon, 
and  containing  a  central  and  other  diaphragms  with  small  holes  in  them. 
For  temperatures  as  high  as  the  melting  point  of  palladium  (1828°  K.), 
it  is  necessary  to  have  a  second  refractory  tube  outside  of  the  first;  this 
tube  also  is  wound  with  platinum  ribbon  but  the  windings  are  spaced  - 
farther  apart  at  the  center  than  at  the  ends,  in  order  to  correct  for  the 
end  cooling.  Such  a  furnace  with  the  space  between  these  two  heater 
tubes  filled  with  very  pure  aluminum  oxide  and  with  two  tubes  slipped 
inside  of  another  tube  that  has  been  packed  with  a  good  heat-insulating 
material  has  been  found  to  work  very  well.  If  thia  outside  tube  and  its 
packing  extend  well  beyond  the  ends  of  the  heater  tubes,  the  end  cooling 
will  be  very  much  reduced.  Such  a  platinum-wound  black-body  furnace 
has  been  heated  to  the  temperature  of  melting  palladium  a  dozen  times 
and  held  at  this  high  temperature  for  several  hours  each  time,  and  is  still 
in  working  order. 

In  any  form  of  optical  pyrometry  where  the  temperature  of  a  black 
body  is  determined  by  a  measurement  of  the  brightness  for  a  particular 
wave-length  interval,  the  temperature  is  calculated  from  the  brightness 

measurement  by  means  of  Wien's  equation  E,,  =  CiX  e~  ^*'.  One 
of  the  advantages  of  optical  pyrometers  can  be  seen  by  an  investigation 
of  this  equation.  For  a  particular  wave-length  interval  (0.665>i),  the 
brightness  varies  about  twelve  times  as  fast  as  the  temperature  for  a 
temperature  of  about  2000°  K,  Wien's  equation,  which  is  hardly  more 
than  an  empirical  law,  has  been  found  experimentally  to  represent  the 
facta  quite  accurately  for  such  temperatures  and  wave-lengths  for  which 
the  product  XT'  is  less  than  3000.  Thus  for  optical  pyrometry  where  the 
longest  wave-length  used  is  less  than  0.7tt,  the  equation  is  valid  and  an 
instrument  thus  calibrated  may  be  used  throughout  a  wide  range  of 
temperature. 
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It  IB  not  absolute  measuremente  of  brightnees  that  are  made  with 
the  optical  pyrometer,  but  rather  compftrisons  of  brightness,  that  is, 
the  brightness  of  the  unknown  aource  is  compared  with  that  of  a  standud 
black  body  at  a  particular  temperature.  Using  Wien's  equation  in  this 
way  requires  but  the  one  constant  cj.  The  value  of  ci  that  fits  best  all 
the  different  experimental  data'  is  14,350>(  deg.  High-temperature  scales 
are  based  on  the  brightness  of  a  black  body  at  the  temperature  of  the 
melting  point  of  some  one  or  more  selected  metals.  Owing  to  their  con- 
venience, both  as  to  their  freedom  from  oxidization  and  as  to  the  tem- 
peratures of  their  melting  points,  gold  and  palladium  are  generally  chosen. 
The  value  generally  accepted  for  the  melting  point  of  gold  is  1336°  K,, 
which  is  the  value  found  by  Day  and  Sosman,*  This  value  for  the 
gold  point  together  with  the  above  value  of  "ct  leads  to  1828°  K.  as  the 
palladium  point. 

The  Disappearing-filament  Pyrometer 
The  disappearing-filament  type  of  optical  pyrometer  is  known  in  this 
country  as  the  Morse  or  the  Holborn-Kurlbaum  pyrometer.    An  early 


Fia.  2, — Arranqeubnt  or  Mobsg  ptromgtgr.  A,  BACEOBOirNv:  B,  objec- 
TIVG  LENa;  C,  ENTRANCE  coifB  DiAPHiuau;  D,  PYROMETER  pilaubmt;  E,  etepiece 
diaphragm;  P,  ktepiecb;  G,  uonochbomatic  filter.     For  the  bet  dp  as  nsuALLT 

USED,  TttE  DIHENBIONB  ABE  AS  TOUAWs:  AB  =  40  CM, ;  CD  >■  55  cu.',  DB  =  60  CM. 

Diameter  of  opening  in  diaphragm  at  C  and  £  abb  resfectivelt  20  uu.  and  9  uh. 


form  of  this  pyrometer  was  patented  by  Morse  in  1902.  In  the  instru- 
ment as  now  used,  a  small  lamp  is  mounted  at  the  focus  of  a  telescope, 
as  shown  in  Fig.  2.  An  image  of  the  source  whose  temperature  is  to  be 
measured  is  brought  to  focus  at  the  same  point  by  means  of  the  objective 
lens  A.  Theoretically,'  the  image  of  any  source  as  observed  throtlgh  a 
particular  telescopw  will  not  vary  in  brightness  with  a  change  in  distuice 
from  the  source  (except,  of  course,  differences  due  to  air  absorption,  etc.), 
providing  a  certain  solid  angle  is  always  filled  with  radiation  from  the 
source  and  this  angle  is  of  such  size  that  the  cone  of  rays  entering  the 
eye  is  constant.  This  angle  is  generally  determined  by  having  the  eye- 
piece at  a  fixed  distance  from  the  pyrometer  lamp  and  having  before  the 
eyepiece  a  limiting  diaphragm  of  such  size  that  it  is  always  filled  with 
fight  from  the  objective  lens.  It  is  also  necessary  to  have  a  fixed  dia- 
phragm between  the  objective  lens  and  the  pyrometer  lamp. 


>  Coblents:  U.  S.  Bureau  of  Standards  BuU.  13,  470. 

>  Am.  JnL  Sci.  (1910)  39,  93. 

•  Schuster's  "Theory  of  Optics,"  2d  edition,  152 
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A  form  of  this  pyrometer  that  has  been  used  quite  exteneively  in 
Nelft  Research  Laboratory  is  shown  in  Fig.  3,  The  objective  lens 
is  a  very  high-grade  lens  made  by  Bausch  &  Lomb,  diameter  about  6.2 
cm.,  focal  length  about  30  cm.  With  a  lens  of  this  aperture,  it  is  possible 
to  use  very  lai^e  magnifications  and  still  have  the  cone  of  rays  lai^ 
enough  to  work  well.  The  working  parts  are  mounted  on  a  very  sub- 
stantial optical  bench.  The  telescope,  used  as  an  eyepiece,  is  per- 
manently fastened  to  one  end  of  the  bench  and  the  pyrometer  lamp, 
diaphragm,  and  lens  are  so  mounted  that  each  is  movable  in  any  direction 
by  means  of  slow-motion  screws.    This  is  necessary  since  for  very  accurate 


I  Era  PIECE   TO 

work  the  different  parts  of  the  instrument  must  be  very  closely  in  line.* 
By  the  use  of  caps  with  very  small  holes  in  the  center  in  front  of  the  lenses 
and  a  very  small  hole  in  the  diaphragm,  the  different  parts  are  brought 
into  very  good  alinement.  This  pyrometer  is  not  portable  but  is  useful 
in  the  laboratory  when  the  temperature  of  small  filaments  is  to  be  meas- 
ured; with  this  set  up  the  temperature  of  a  2-mil  {0.05  mm.)  filament 
has  been  measured. 

MONOCHROUATIC    ScREEN 

In  working  with  an  optical  pyrometer,  it  is  generally  sufficient  to 
use  a  so-called  monochromatic  screen  between  the  eye  and  the  pyrometer 
filament,  or  other  comparison  source,  in  order  that  brightness  comparisons 
can  be  made  without  trouble  due  to  color  differences.  For  the  most  part, 
red-glass  screens  have  been  used  rather  than  blue  screens,  or  those  having 
a  transmission  band  near4he  central  part  of  the  visible  spectrum,  be- 
cause for  sources  at  low  temperatures  it  is  the  red  radiation  that  first 
becomes  visible.  Besides,  better  red-glass  screens  than  green  or  blue 
I  may  be  obtained.  Colored  glass  to  be  suitable  for  a  mono- 
*Phyi.Sev.i2]  (1914)4,  163. 
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chromatic  screen  must  have  a  rather  narrow  transmission  band,  in  order 
that  there  will  not  be  enough  color  difference  between  the  source  studied 
and  the  comparison  source  to  prevent  accurate  comparisons  from  being 
made.  As  there  may  be  more  than  1000°  difference  in  temperature 
between  the  sources  compared,  this  is  very  important. 

In  Fig.  4  are  shown  the  spectral  transmissions  of  several  red  glasses 
that  are  nearly  enough  monochromatic  for  use  under  various^  conditions. 
The  glass  having  the  spectral  transmission  shown  by  curve  A  does  very 
well  for  a  commercial  pyrometer  for  low-temperature  ranges  because 
the  amount  of  light  transmitted  is  so  great.     The  glass  having  the  trans- 
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Fig.  4. — Spectral  transmission  of  tariocs   kbd  OLAssea.     Cdkvb   C    roR 
Jeha  bed  No.  4512,  2.93  uu.  thick.    Curvx  E  for  Jbka  red  No.  274S,  3.2  uw. 

THICK.       CURVIi  A  FOR  CoRNIKQ  BlOB  TRANSHISBION  RED,  HARKED  150  PER  CBNT.,  5  Ul. 

TBicK.  Curve  B  for  Cornino  hioh  transmission  kbd,  harked  SO  per  cent.,  fi  mm. 
THICK.    Curve  D  for  CoRNiNa  moH  transmission  red,  marked  28  per  cent.,  6 

MM.    THICK. 

mission  shown  by  curve  E  was  formerly  used  for  this  purpose.  As  the 
effective  wave-length  for  this  glass  varies  about  twice  as  much  as  for 
the  other  glasses,  it  is  not  as  satisfactory.  The  glasses  having  the  trans- 
mission shown  by  curves  B,  C,  and  D,  are  suitable  for  the  most  accurate 
work.  To  test  the  constancy  of  the  spectral  transmission  of  the  red 
glass,  a  piece  of  the  Coming  red  50-per  cent,  glass,  curve  B,  the  trans- 
mission of  which  had  been  carefully  measured,  was  placed  on  the  roof 
of  the  laboratory,  where  it  was  exposed  to  the  direct  rays  of  the  sun,  for  a 
little  more  than  a  year;  when  it  was  brought  in  no  change  was  found  m 
its  spectral  transmission.  Evidently  then,  the  spectral  transmission 
of  such  glass  is  constant  for  all  ordinary  uses. 
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Effective  Wave-Ungth  of  Monockromaiic  Screen, — An  optical  pyrometer 
can  be  so  calibrated  and  so  used  as  to  make  unnecessary  a  knowledge  of 
the  extent  to  which  the  screen  is  monochromatic.  To  do  this  requires 
&  black-body  furnace  that  can  be  operated  at  various  temperatures  up 
to  the  highest  temperature  for  which  the  pyrometer  is  to  be  used.  How- 
ever, to  use  Wien's  equation  to  extend  the  temperature  scale  either  above 
or  below  that  of  the  standard  furnace  by  the  use  of  rotating  sector  disks 
or  absorbing  glass,  that  is,  to  find  the  temperature  of  a  black  body  having 
a  brightness  of,  say,  tea  times  (assuming  a  sector  or  absorbing  glass  trans- 
mission of  one-tenth)  that  of  a  black  body  whose  temperature  can  be 
measured  directly,  a  knowledge  of  what  wave-length  to  use,  or  the  effects 
ive  wave-length,'  is  necessary.  The  effective  wave-length  also  must  be 
known  if  the  pyrometer  is  used  to  measure  the  temperature  of  non- 
black  bodies.  In  using  the  pyrometer,  it  is  the  integral  luminosities 
through  the  red  glass  that  are  compared,  for  which  reason  the  effective 
wave-length  of  the  red-glass  screen  for  a  certain  temperature  interval 
haa  been  defined  as  the  wave-length  for  the  definite  temperature  interval 
for  a  black  body,  such  that  the  ratio  of  its  radiation  intensities  equals 
the  ratio  of  the  integral  luminosities  through  the  screen  used. 

Knowing  the  spectral  transmission  of  the  red  glass,  it  is  possible  to 
calculate  the  effective  wave-length  X,  for  any  temperatiu^  interval  by 
means  of  the  following  equation: 

L/(xr,)Jx.     j^™y(xr,)Fxi'i,dX 

where  JiXT)  dK  is  the  energy,  as  given  by  Wien's  equation,  for  the  wave- 
length interval  from  X  to  X  -f-  dX;  t'a  is  the  spectral  transmission  of  the 
red  glass;  and  V\  is  the  visibility.  These  integrals  can  be  computed  by 
the  step-by-step  method  with  sufficient  accuracy  for  this  purpose.  Us- 
ing equation  1,  the  effective  wave-length  was  calculated  for  the  red  glass 
having  the  spectral  transmission  shown  by  curve  B,  Fig.  4,  for  a  number 
of  temperature  intervals  and  plotted,  as  shown  in  Fig.  5.  By  connecting 
the  points  where  the  curve  for  the  effective  wave-length  from  any 
particular  temperature  crosses  the  same  temperature  ordinate,  a  curve 
is  obtained,  B,  Fig.  5,  that  gives  the  limiting  effective  wave-length  for 
a  particular  temperature. 

To  show  how  these  curves  may  be  used,  the  effective  wave-length  for 
a  couple  of  temperature  intervals  will  be  found.  The  effective  wave- 
length between  1800"  and  2900°  K.  is  given  by  the  ordinate  of  the  point 
where  the  1800°  K.  curve  crosses  the  2900°  K.  ordinate,  that  is,  it  180.6587^1. 
For  the  range  between  2100°  and  2900°  K.  the  effective  wave-length  is 
likewise  given  by  the  point  where  the  2100°  K,  curve  would  cross  the 
•  A»trophy».  Jrd.  (191£)  43,  294. 
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2900°  K.  ordinate.  The  2100°  K.  curveis  not  drawn,  but  will  have  fc 
be  imagined  aB  being  drawn  parallel  to  the  1800°  K.,  one  point  of  ils 
position  being  determined  by  where  the  curve  E  crosses  the  2100°  K. 
ordinate.  The  effective  wave-length  for  this  interval  is  0.66S4ft.  It 
can  be  seen  from  the  figure  that  the  effective  wave-length  for  any  tem- 
perature inteiVal  is  given  quite  closely  by  the  mean  of  the  limiting 
effective  wavelength  for  the  two  temperatures. 

To  determine  the  effective  wave-length  for  a  particular  red  glass  re- 
quires considerable  work  both  in  determining  the  spectral  transmission 
and  in  calculating  the  final  values.    To  determine  the  effective  wave- 
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Fia.  5. — Epfecttvi  wAVE-iaMoraa  for  CoBNnra  rsd  glass.  Spectral  tsam*- 
.  MISSION  SHOWN  BT  ccBVE  B,  Fio.  4.  Curve  A,  effecitvb  wavz-leniiths  nou 
1300°  TO  OTHER  teuperature.     Curvx  B,  xttbcovb  wate-lenqthb  raou  ISHff 

TO  OTHER  TEMPERATURE.      CuRVB  C,  EPFKCTIVX  WAVE-LENOTBB  FROM  2400°  TO  OTHEK 

TEMPERATURE.    Curve  D,  eppbctive  wave-lenaths  from  3600°  to  other  temfika- 
TURE.    Curve  B,  limiting  effective  wave-lenoth. 

length  for  every  glass  used  in  optical  pyrometry  would  be  laborious.  It 
is  fortunately  possible  to  obtain  the  effective  wave-length  of  an  unknown 
piece  of  glass  in  terms  of  a  standard  red  glass  with  very  few  measurements. 
If  the  relative  brightness  of  a  black  body  for  two  temperatures  is 
measured  both  with  the  standard  red  glass  and  the  glass  being  investi- 
gated, it  is  possible  to  compute  the  effective  wave-length  of  the  unknown 
glass  from  that  of  the  standard  red  glass  and  the  ratios  of  the  black-body 
brightness  thus  found.  From  the  definition  of  the  effective  wave-length 
and  Wien's  equation,  the  following  equation  is  found  connecting  the 
effective  wave-length  and  the  ratio  of  the  black-body  brightness: 


(Xc).  ^  logB? 
(X«).      log  B. 


(2) 
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where  (Xe),  aod  (Xe),  are  the  effective  wave-lengths  for  the  glaeses  a 
and  X  for  the  range  studied  and  B,  and  B,  the  ratio  of  the  brightness  of 
the  black  body  for  the  two  temperatures  for  red  glasses  a  and  x.  It 
is  often  impossible  to  get  a  black  body  that  can  be  operated  over  the 
temperature  range  necessary  for  as  accurate  determination  of  the  ratio 
of  brightness.  However,  it  is  not  necessary  to  use  a  black  body  in  this 
determination,  providing  a  caUbrated  lamp  filament  is  available.  The 
tungsten  filament  can  be  color  matched*  against  a  black  body.  Further, 
the  relation  between  the  br^htness  temperature  and  the  color  tempera- 
ture has  been  worked  out.  If  a  tungsten  filament  is  used  and  the  ratio 
of  its  brightness  is  measured  between  two  particular  color  temperatures, 
as  described,  the  effective  wave-length  can  be  calculated,  using  the  color 
temperature  in  place  of  the  true  temperature  of  the  black  body. 

The  tungsten  filament  does  not  show  the  same  increase  in  brightness^ 
for  the  range  between  color  temperatures  Tei  and  Ttt  as  does  a  black  body 
for  the  same  range  of  temperature  where  for  the  black  body  T^  and  T^i 
are  the  true  temperatures.  This  difference  is  quite  small  and  for  most 
work  would  be  neghgible  but  for  the  highest  accuracy  it  must  be  taken 
into  account.  If  the  br^htncss  of  a  tungsten  lamp  is  measured  between 
the  two  color  temperatures  Tn  and  Ta  for  both  the  standard  and  the 
unknown  glass,  the  effective  wave-length  for  the  unknown  glass  can  be 
calculated  accurately  by  means  of  the  equation: 

'°«§:)--'°''»((xk-4)(i-A)      (« 

Because  the  ratio  -^  for  tungsten  is  only  slightly  different  from  the 
ratio  for  a  black  body  between  the  same  color  temperatures,  equation  3, 
with  a  very  slight  error,  may  be  reduced  to  equation  2. 

Experimentally  it  has  been  shown  that  if  the  effective  wave-lengths 
are  determined  for  two  red  glasses  that  have  somewhat  the  same  spectral 
transmission,  the  relation  between  the  effective  wave-length  is  given 
quite  approximately  by  the  equation: 

(Xc),  =  (Xe)»+  constant 

This  equation  holds  for  the  glasses  investigated  to  all  the  accuracy  needed 
for  temperature  measurements. 

Effect  of  Change  of  Temperature  of  Red  Glass  on  its  Spectral  Transmis- 
sion.— In  connection  with  the  investigation  of  the  effective  wave-lengths 
it  was  observed  that  the  transmission  of  the  red  pyrometer  glass,  presum- 
ably dependent  for  the  color  on  a  colloidal  solution,  is  subject  to  a  large 
change  with  temperature.  This  has  not  been  investigated  thoroughly, 
but  observations  were  made  at  two  temperatures,  20°  and  80*  C,  by 


*  Hyde:  See  pi^e  285,  this  volume.    .    '  Hyde:  ^rirop^a. /nl.  (1912)  $6,  89. 
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immersing  the  glass  id  water  heated  to  these  temperatures;  the  results 
are  given  in  Fig.  6.  Curve  A  is  the  transmission  of  the  glass  at  the  lower 
temperature  20°  C,  and  curve  B  the  corresponding  curve  at  the  higher 
temperature  80°  C.  The  transmission  is  shown  to  decrease  with  increase 
in  temperature,  the  coefficient  of  change  of  temperature  being  greatest  in 
the  shorter  wave-lengths.  The  change  is  such  as  to  make  the  trans- 
mission band  appear  to  shift  to  longer  wave-lengths  as  the  temperature 
is  increased. 

A  test  was  made  of  the  effect  of  this  temperature-shift  of  the  trans- 
mission band  on  temperature  measurements  whea  the  red  glass  was 
used  as  a  screen  before  the  eyepiece  of  the  pyrometer.  The  temperature 
of  a  broad  carbon-filament  lamp  operated  at  a  brightness  temperature 
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Fio.  6. — Spectral  TRANsuissiotf  of  a  sinolb  thickness  or  glass  F-4512:  A  at 
20°  C;  B  AT  80°  C. 

of  1900°  K.  was  measured  with  the  red  glass  at  room  temperature  20° 
and  at  80°  C,  using  a  sectored  disk  with  a  2°  opening  as  this  gives  a  larger 
effect  than  a  sectored  disk  with  greater  transmission.  It  was  found  that 
there  was  a  decrease  of  about  5°  C.  in  the  temperature  obtained  when  the 
glass  was  heat«d  to  80°  C.  over  that  obtained  with  the  glass  at  room  tem- 
perature. This  shows  that  for  all  ordinary  temperature  changes,  the 
effect  is  negligible. 


CALmRATION    OP   OPTICAL   PyHOMETER 

An  optical  pyrometer  of  the  disappearing-filament  type  is  cahbrated 
by  finding  the  current  through  the  pyrometer  filament  for  an  apparent 
brightness  match  between  the  pyrometer  filament  and  a  black  body 
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at  a  particular  temperature.  The  direct  way  ia  to  have  a  black  body 
that  can  be  opertited  over  the  entire  range  for  which  the  pyrometer  is  to 
be  calibrated.  This  quite  often  is  impracticable.  An  optical  pyrome- 
ter can  be  calibrated  from  a  black  body  held  at  a  particular  tempera- 
ture.* To  do  this  it  is  necessary  to  have  some  means,  such  as  a  sector 
disk  or  an  absorbing  glass  of  known  transmission,  for  cutting  down  the 
apparent  brightness  of  the  incident  radiation.  If  readings  of  the  current 
throi^h  the  pyrometer  filament  for  an  apparent  brightness  match  with 
the  rotating  sector  between  the  pyrometer  lamp  and  the  standard  black 
body  are  taken,  there  will  be  obtained  a  measure,  in  terms  of  a  current 
through  the  pyrometer  filament,  of  a  brightness  that  is  some  known 
fraction  of  that  of  the  standard  black  body  at  the  standard  temperature. 
It  monochromatic  radiation  is  used,  it  is  easy  to  calculate  the  temperature 
7*1  of  the  black  body  corresponding  to  this  current  through  the  pyrometer 
filament,  that  is,  to  this  measured  brightness,  from  Ti,  the  standard 
temperature  by  the  following  formula  derived  from  Wien's  equation: 

Ti      Tt      c,  log  e  ^^^ 

where  R  is  the  transmission  of  the  sector  and  X  the  wave-length  used.  If 
the  measurements  are  made  with  a  red  glass  in  the  eyepiece,  the  temper- 
ature that  would  correspond  to  this  fraction  of  the  brightness  of  the 
standard  black  body  can  be  calculated  just  as  before,  except  that  in  this 
case  the  effective  wave-length  of  the  red  glass  for  this  temperature  interval 
is  to  be  used. 

If  a  potentiometer  is  used  to  measure  the  current  through  the  pyrome- 
ter filament,  a  great  deal  of  time  is  wasted  when  a  number  of  readings 
are  taken  on  the  same  point.  A  very  good  method,  which  ia  afthe  same 
time  quite  accurate,  ia  to  use  the  deflection  potentiometer  principle.  The 
regular  Leeds  &  Northrup  potentiometer  lends  itself  quite  readily  to 
such  an  adaptation.  By  connecting  a  millivoltmeter  in  series  with  the 
standard  resistance  and  between  the  binding  post  marked  Br  and  a 
traveling  plug  inserted  in  the  proper  place  on  the  dial,  currents  can  be 
read  to  one  part  in  three  or  four  thousand  very  easily.  The  readings 
can  thus  be  made  very  rapidly  and  at  the  end  of  the  set  these  same  read- 
ings can  be  checked  on  the  potentiometer.  This  makes  the  current 
readings  entirely  independent  of  the  constancy  of  any  deflection  instru- 
ment. With  a  switch  in  this  millivoltmeter  line,  the  potentiometer  is 
left  free  to  check  any  other  current,  such  as  the  one  through  the  lamp 
that  is  being  investigated. 

If  a  rotating  sector  or  an  absorbii^  glass  of  known  transmission  is 
used  between  the  source  being  investigated  and  a  calibrated  pyrometer 
lamp,  the  calibration  of  this  pyrometer  with  the  sector  can  be  extended 

•  C.  E.  MeadenhoU:  Phyt.  HaE.  (igil)  Sa,  74. 
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above  the  standard  black  body.  In  this  case  the  temperature  is  to  be 
calculated  from  the  temperature  corresponding  to  the  •current  throi^h 
the  pyrometer  filament  and  the  transmission  of  the  sector  or  absorbing 
glass  used  by  means  of  equation  3,  excepting  in  case  R  is  the  reciprocal  of 
the  transmission  of  the  sector  or  glass  and  thea  Tt  will  come  out  greater 
than  Tt.  A  very  convenient  method  is  to  work  out  such  extrapolated 
temperatures  for  the  various  sectors  and  absorbing  glasses  that  are  to  be 
used  and  plot  the  extrap(^lated  temperatures  against  the  temperatures 
aa  determiaed  from  the  pyrometer  reading.  Such  curves  can  then  be 
used  with  any  pyrometer  using  the  same  red  glass,  providing  the  same 
sectors  or  absorbing  glasses  are  used. 

It  is  very  troublesome  to  operate  a  standard  black  body  every  time 
it  is  necessary  to  calibrate  an  optical  pyrometer.  Much  time  can  be 
saved  if  a  tungsten  lamp  with  a  filament  of  a  suitable  size  is  standardized 
so  as  to  have  the  same  brightness,  as  observed  with  the  optical  pyrometer, 
as  the  standard  black-body  furnace  for  a  particular  temperature.  The 
tamp  may  also  be  standardized  for  other  temperatures  and  thus,  by  its 
use,  the  pyrometer  can  be  calibrated  very  easily. 

For  the  highest  accuracy,  the  tungsten  lamp  that  is  to  be  used  for 
calibration  purposes  should  be  standardized  with  an  optical  pyrometer, 
using  a  red  glass  that  is  the  same  as  that  on  the  pyrometer  to  be  com- 
pared, or  corrections  should  be  made  for  the  difference.  If  the  effective 
wave-lengths  are  known,  this  correction  can  easily  be  made  by  the 
method  outlined  below.  For  practical  purposes,  however,  if  similar  red 
glasses  are  used,  the  error  will  be  quite  small,  see  Table  7. 

Tungsten  filaments  have  been  found  to  depart  very  markedly  from 
Lambert^s  cosine  law  in  their  radiation.*  To  avoid  error  due  to  this 
cause  care  must  always  be  taken  to  determine  the  temperature  of  circular 
filaments  by  measuring  the  brightness  of  the  central  part  of  the  filament. 
For  this  reason  the  pyrometer  filament  should  always  be  parallel  to  the 
bacl^round  filament.  This  of  course  requires  that  the  pyrometer 
filament  be  much  smaller  than  the  image  of  the  background  filament. 

Pyrombteb  Filaments 

Some  care  is  required  in  the  selection  of  the  pyrometer  filament. 
Carbon  filaments  are  quite  satisfactory  for  low  temperatures  but  they 
will  not  have  a  very  long  life  if  operated  at  a  very  high  temperature. 
Each  kind  of  pyrometer  filament  has  its  own  particular  field."  For  some 
conditions  a  carbon  filament  may  be  the  better,  but  for  most  work  a 
tungsten  filament  should  be  used.  Tungsten  pyrometer  filaments  are 
just  as  good  as  carbon  filaments  and  have  a  long  life  if  not  oper- 
ated at  a  brightness  above  that  necessary  to  match  a  blaek  body  at 

•  Worthing:  Ailrophyt.  Jtd.  (1912)  S6,  34S.  >*  PAya.  Btv.  [2]  (1914)  *,  166. 
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the  temperature  of  melting  palladium  (1828°  K.).  They  are  often 
constructed  with  a  small  bend  at  the  exact  point  where  the  filament  ia  to 
be  observed.  A  small  pointer  is  also  sometimes  used  to  help  locate 
the  exact  point.  The  23^-niit  (0.063  mm.)  filaments  require  about 
0.46  amp.  to  apparently  match  in  brightness  the  black  body  at  the  tem- 
perature of  melting  palladium.  One  lamp  that  has  been  in  use  almost 
every  day  for  about  2  years,  when  first  cahbrated  required  0.4573  amp, 
to  apparently  match  the  black  body  at  the  temperature  of  melting  palla- 
dium; after  about  2  years  of  use,  it  required  0.4578  amp.  This  difference 
in  current  corresponds  to  less  than  1.5°  C. 

The  statement  is  often  made  that  carbon-filament  pyrometer  lamps 
require  a  much  larger  change  in  current  for  a  given  change  in  brightness 
than  do  tungsten-filament  lamps.  To  test  this,  it  was  decided  to 
use  some  data  obtained  for  another  purpose.  The  ratio  of  the  currents 
through  a  number  of  carbon  and  tungsten  pyrometer  lamps  were  found 
when  these  pyrometer  filaments  had  been  matched  in  an  optical  pyrome- ' 
t«r  against  a  black  body,  first,  at  the  palladium  point,  and,  second,  at  the 
gold  point.  Several  different  carbon-filament  pyrometer  lamps  had  been 
calibrated  by  the  author  in  the  University  of  Wisconsin  and  several 
tungsten  lamps  had  been  calibrated  in  this  Laboratory.  The  ratio  of 
these  two  currents  for  all  the  tungsten  pyrometer  lamps  was  about  the 
same,  the  average  being  about  1.780.  The  carbon  lamps  used  were  from 
two  lots  obtained  at  different  times.  The  average  of  the  ratio  of  these  two 
currents  for  the  first  lot  was  the  same  as  the  ratio  for  the  tungsten  lamps; 
the  average  ratio  for  the  other  lot  was  1.857.  This  ratio  of  currents  was 
recently  tested  for  an  untreated  carbon  and  was  found  to  be  about  5  per 
cent,  greater.  The  cooling  due  to  the  conduction  at  the  ends  is  the  cause 
of  the  larger  ratio  for  the  carbon  at  very  low  temperatures  for 
short  filaments:  Whatever  advantage  the  carbon  filament  possesses 
on  account  of  a  larger  current  variation  for  a  given  brightness 
variation  disappears  if  sufficiently  sensitive  current-measuring  in- 
struments are  used,  is  small  in  any  case,  aa6  is  usually  far  outweighed 
by  other  advtmtages  possessed  by  the  tungsten  filament. 

A  criticism  that  has  been  made  concerning  the  disappearing-filament 
pyrometer  is  that  there  is  such  a  large  time-lag  between  the  current  and 
the  temperature  of  the  pyrometer  filament.  It  has  been  shown"  that 
for  a  2.5-mil  filament  it  would  require  somewhat  less  than  2  sec.  for  a 
cold  filament  to  reach  to  within  1°  of  full  brightness  after  the  current  is 
turned  on  for  a  maximum  brightness  corresponding  to  a  temperature  of 
1828°  K.  If,  however,  the  pyrometer  filament  is  already  heated  to 
within  about  50"  of  its  maximum  temperature  it  will  require  only  about 
0.6  sec.  to  reach  within  1°  of  the  maximum.     (For  a  lower  temperature, 


'*  Some  impubliahed  work  of  A.  G.  Worthing  of  thia  laboratory. 
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this  I^  will  be  somewhat  greater.)     For  the  greater  part  of  the  work, 
this  small  time-lag  is  negligible. 

Tempebature  or  Non-blace  Bodies 

The  value  for  the  temperature  of  any  source  obtained  with  an  optical 
pyrometer  must  be  calculated  from  the  observed  brightness  for  a  par- 
ticular wave-length  interval.  The  only  body  for  which  this  relation  is 
accurately  known  is  the  black  body,  and  for  this  it  is  given  by  Wien's 
equation.  From  the  definition  of  a  black  body  and  Kirchhoff'a  law,  alt 
other  bodies  that  owe  their  brightness  to  thermal  causes  alone  are  less 
bright  when  at  a  particular  temperature  than  a  black  body  at  the  same 
temperature.  Thus,  if  the  temperature  of  any  hot  non-black  body  is  cal- 
culated from  a  measurement  of  its  brightness,  as  though  it  were  a  black 
body,  values  that  are  lower  than  the  true  temperature  will  be  obtained. 
The  temperature  obtained,  however,  is  the  temperature  that  a  black 
body  must  have  in  order  to  have  the  same  brightness  for  the  particular 
wave-length  interval  as  the  body  beii^;  investigated.  As  the  brightness 
thus  measured  corresponds  to  some  particular  wave-length  interval,  the 
temperature  obtained  corresponds  to  the  particular  wave-length.  The 
difference  between  the  true  temperature  and  the  temperature  thus 
obtained  varies  from  a  few  degrees,  for  such  a  substance  as  untreated 
carbon,  to  more  than  200°  C.  for  such  a  metal  as  polished  platinum  at  its 
melting  point. 

Wave-length  to  Wkick  Brightness  Temperature  Should  be  Ascribed. — 
If  a  screen  that  is  absolutely  monochromatic  is  used  before  the  eyepiece 
it  is  at  once  evident  to  what  wave-length  the  temperature  of  a  non- 
black  body  thus  measured  should  be  ascribed.  However,  if  a  red  glass 
is  used,  such  as  those  having  the  transmission  shown  in  Fig.  4,  some 
consideration  is  necessary. 

When  the  black-body-brightness  temperature  of  a  source  is  deter- 
mined with  an  optical  p}7ometer  with  a  so-called  monochromatic  screen 
before  the  eyepiece,  what  is  really  measured  is  the  brightness  of  the 
source  through  the  screen.  The  value  of  the  brightness  thus  obtained 
would  correspond  to  a  certain  temperature  T  if  it  were  obtained  from 
measurements  of  a  black  body.  Therefore,  the  temperature  of  the 
source  is  to  be  called  a  brightness  temperature  S,  where  S  =^  T. 

The  color  temperature  of  a  particular  source  has  been  defined  as  the 
temperature  of  a  black  body  that  has  the  same  distribution  of  energy  in 
the  visible  spectrum  as  the  source  under  consideration.  It  has  been 
found  experimentally  that  most  metals  when  heated  radiate  in  such  a 
manner  that  they  can  be  color-matched  against  a  black  body;  these 
color  matches  are  very  easily  and  accurately  made  with  an  ordinary 
photometer.  When  two  bodies  have  the  same  color  temperature,  it  is 
not  necessary  that  they  have  the  same  brightness  for  any  particular 
wave-length  interval.  ^ 
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The  brightness  temperature  S  muat  be  ascribed  to  a  wave-tength 
such  that  the  energy  emitted  by  a  black  body  per  unit  area  at  tempera- 
ture T  (=  S),  for  this  wave-length  will  equal  that  emitted  per  unit  area 
by  the  source  for  the  same  wave-length.  Thus  there  are  two  sources 
with  different  spectral  distributions  that  have  the  same  brightness  when 
observed  through  the  red  screen,  a  black  body  at  temperature  T  and  the 
source  being  studied  which  is  at  a  brightness  temperature  S.  Call  the 
color  temperature  of  the  source  studied  T^.  As  these  two  distributions 
are  different  and  yet  the  sources  have  the  same  brightness,  the  curves 
representing  these  distributions  must  cross  if  they  are  plotted  with 
energy  emitted  per  unit  area  against  wave-length.  The  point  at  which 
these  two  curves  cross  evideiitly  gives  the  wave-length  to  which  the 
brightness  temperature  iS  is  to  be  ascribed. 

This  brightness  temperature  is  to  be  ascribed  to  the  effective  wave- 
length of  the  red  glass  for  black-body  radiation  for  the  temperature 
interval  T  to  Te-  The  efEective  wave-length  X,  for  the  temperature 
interval  is  so  defined  that 

where  Bt  and  Br,  represent  the  brightness  for  the  black  body  at  tempera- 
tures T  and  Te  through  the  screen  used  and  J(.\T)  and  J{\Tt)  represent 
the  energy  emitted  by  a  black  body  at  temperatures  T  and  T,  for  the 
wave-length  interval  whose  center  is  at  \. 

If  the  source  studied  is  considered,  it  will  be  seen,  from  the  definition 
of  color  temperature,  that  ita  distribution  of  enei^  corresponds  to  that 
of  a  black  body  at  Tt,  the  difference  being  that  each  ordinate  of  the 
curve  representing  the  black-body  distribution  at  temperature  T,  bears 
a  constant  ratio  K  to  the  corresponding  ordinate  for  the  source  studied. 
Thus  the  actual  energy  distribution  of  the  source  being  investigated 

J(\T ) 
is  given  by  -  -^    ■    As  stated,  this  curve  and  the  one  representing  the 

distribution  of  a  black  body  at  the  temperature  T  will  cross  at  the  wave- 

JCkT) 
length  where      y-    =  /(XT').     As  each  ordinate  of  the  curve  represent- 
ing   the    distribution    of  energy  from  the  source  studied  is  a  certain 
fraction  p.  of  that  for  a  black  body  at  temperature  Tc,  the  brightness  will 

be  reduced  the  same  amount.  Thus,  if  Ba  is  the  brightness  of  the  source 
studied, 

'«=™.)-l:;=S;=[a. 
B' _,  _f  ■'(>''')  1 

"  if,  -  '  -    J(XR)  (6) 
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the  curves  represeating  these  two  distributions  cross  at  this  point.  From 
this  it  follows  that  the  br^htness  temperature  S  is  to  be  ascribed  to  the 
effective  wave-length  for  the  screen  used  for  the  temperature  interval 
of  a  black  body  from  T(=  S)  to  T,. 

Corrections  of  Brightneas  Temperalwes  to  a  Constant  Effective  Wave- 
length.— ^As  the  brightness  temperatures  of  a  source  are  measured  using 
a  particular  screen  before  the  eyepiece,  there  will  be  a  variation  in  the 
wave-length  to  which  these  temperatures  are  to  be  ascribed.  Sometimes 
it  is  desirable  to  know  the  brightness  temperature  over  quite  a  range  of 
temperatures  for  the  same  wave-length.  If  the  color  temperature  of 
the  source  is  known,  the  brightness  temperature  can  be  calculated  for 
any. wave-length  when  it  is  known  for  one  wave-length.  Thus  for  a 
source  at  a  color  temperature  T„  using  Wien's  equation  and  the  conditions 
that  hold  for  color  match,  the  following  relation  between  two  brighbieas 
temperatures  (Si  and  St)  tot  two  wave-lengths  (Xi  and  Xt)  can  be  derived. 

St     x,Ls,     tJ^  T,  ^'' 

If  a  double  thickness  (6.S  mm.)  of  the  red  glass  known  as  Jena  Rotfilter 
No.  4512  (spectral  transmission  shown  by  cm-re  C,  Fig.  4),  is  used  hedon 
the  eyepiece  of  the  pyrometer,  this  correction  when  applied  to  the  bright- 
ness temperature  of  tungsten  will  be  small.  It  has  been  shown  that  the'* 
effective  wave-length  of  this  red  glass  changes  from  0.6657jt,  for  the  range 
between  brightness  and  color  temperature  of  tungsten  at  a  brightness 
temperature  of  1600°  K.,  to  0.6626/1  for  this  rai^  for  a  brightness 
temperature  of  3000°  K.  If  the  brightness  temperatures  are  corrected 
to  a  wave-length  0.6657/t,  this  correction  will  amount  to  about  —2°  K. 
at  a  brightness  temperature  of  3000°  K. ;  for  most  work  when  using  this 
screen,  this  correction  will  be  negligible. 

Objections  have  often  been  made  to  the  use  of  red-glass  screens  on 
the  ground  that  as  the  range  of  wave-length  transmitted  was  so  laige, 
there  was  no  method  of  knowing  to  what  wave-length  the  resulting 
temperature  was  to  be  assigned.  If  the  efiFective  wave-length  of  the 
red  glass  used  is  known  for  different  temperature  ranges,  the  results 
can  be  treated  just  as  definitely  as  if  an  absolutely  monochromatic 
screen  were  used;  in  addition,  the  red  glass  has  the  added  advantage  of 
transmitting  enough  light  to  enable  very  accurate  brightness  comparisons 
to  be  made. 

Diffraction  Abound  Pybometeh  Filament 

If  an  optical  pyrometer  of  the  disappeanng-filament  type  is  con- 
structed without  a  Umitii^  diaphragm  between  the  objective  lens  and  the 
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pyrometer  lamp,  an  error  will  be  made  if  the  poeition  of  the  objective 
leos  is  changed,  even  though  there  is  a  limiting  diaphragm  between  the 
pyrometer  lamp  and  the  eyepiece.  In  other  words,  the  current  required 
throi^lh  the  pyrometer  filament  for  an  apparent  brightness  match  with  a 
particular  source  is  a  function  of  the  angle  that  the  cone  of  rays  from 
the  objective  lens  makes  at  the  pyrometer  filament.  This  has  been  found 
to  be  due  to  light  from  the  source  being  diffracted  around  '*  the  pyrometer 
filament.  If  from  the  central  part  of  the  aperture  C,  Fig.  2,  a  region 
is  blocked  out  such  that,  from  a  consideration  of  geometrical  optics  only, 
none  of  the  light  from  the  background  in  the  immediate  neighborhood  of 
the  place  where  the  pyrometer  filament  is  seen  projected  can  enter  the 
aperture  at  E,  and  if  no  current  is  passed  through  the  pyrometer  filament, 
this  filament  can  be  seen  through  the  eyepiece  to  be  apparently  glowing 
where  it  crosses  the  background  image.  In  case  the  resolving  power  of 
the  eyepiece  is  sufficiently  great,  this  apparent  brightness  of  the  pyro- 
meter filament  is  seen  to  consist  of  two  bright  streaks  along  the  edge. 
Whether  or  not  the  axes  of  these  bright  streaks  lie  within  or  without  the 
boundari^  of  the  pyrometer  filaments  is  very  difficult  to  determine. 

It  has  often  been  assumed  that  the  pyrometer  filament  and  the  back- 
ground source  were  at  the  same  brightness  (except  for  a  small  difference 
due  to  lens  absorption,  etc.)  when  there  was  an  apparent  brightness 
match  between  them.  This  variation  in  brightness  has  been  studied" 
by  varying  the  angle  made  at  the  pyrometer  filament  by  the  cone  of 
rays  from  the  objective  lens,  having  at  the  same  time  a  definite  fixed  cone 
of  rays  from  both  the  pyrometer  filament  and  the  background  source  en- 
tering the  eyepiece.  For  very  small  values  of  these  angles  (.about  0.006 
radian)  it  was  found  that  the  pyrometer  filament  would  be  actually  much 
br^hter  than  the  background  when  there  was  an  apparent  brightness 
match.  This  effect  depended  on  the  size  of  the  pyrometer  filament,  being 
greater  for  a  small  filament.  For  somewhat  larger  angles  (,0.02  radian)  a 
2}^-mil  (0.063-mm.)  pyrometer  filament  is  actually  only  about  95  per 
cent,  as  bright  as  the  image  of  the  background  located  at  this  same 
point  for  an  apparent  brightness  match  as  observed  in  the  pyrometer. 

A  test  of  this  effect  was  recently  made  with  the  pyrometer  shown  in 
F^.  3.  Two  test  pyrometer  lamps  were  used,  one  having  a  10-mil 
(0.25-mm.)  tungsten  wire  filament  and  the  other  a  tungsten  ribbon  fila- 
ment 1^  mm.  wide.  The  angle  that  the  cone  of  rays  made  at  the  pyrom- 
eter filament  was  such  as  would  be  subtended  by  a  diaphragm  with  a 
circular  opening  2  cm.  in  diameter  at  a  distance  of  50  cm.  These  pyro- 
meter filaments  were  matched  against  a  wide  tungsten  ribbon  background 
and  the  current  required  noted.  The  exact  point  on  each  pyrometer 
filament  and  on  the  background  was  indicated  by  means  of  a  small 

"Pkyi.  Rn.  [2]  (1914)  «,  163.  "Loc.  eU. 
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pointer,  or  otherwise.  These  pyrometer  lamps  were  then  replaced  by  the 
regular  pyrometer  lamp  and  the  brightness  of  the  two  filaments  that  bad 
been  used  as  pyrometer  filaments,  as  well  as  that  of  the  background,  was 
measured.  After  correcting  for  the  transmission  of  the  lamp  bulbs  and 
the  projecting  lens,  the  10-mil  tungsten  filament  was  found  to  be  only 
about  84  per  cent,  as  bright  as  the  bacl^ound  and  the  ribbon  filament 
only  about  88  per  cent,  as  bright  as  the  background,  notwithstanding  the 
fact  that,  as  observed  through  the  pyrometer,  they  were  at  a  br^htness 
match.  When  wire  as  large  as  10  mil  is  used  for  pyrometer  filaments, 
there  is  some  question  concerning  the  disappearance  due  to  the  variations 
from  Lambert's  cosine  law.  There  is  not  much  doubt  that  the 
observer  matches  the  edges  of  such  a  filament  against  the  background 
without  any  great  consideration  of  the  central  brightness.  When  the 
brightness  of  the  filament  is  measured  in  the  regular  manner,  observa- 
tions are  generally  made  on  the  central  part.  There  may,  therefore,  be  2 
or  3  per  cent,  to  be  added  to  the  brightness  measured  for  the  wire  filament. 
These  results,  considering  the  difficulties,  agree  quite  well  with  the 
results  that  were  previously  found.  All  of  these  errors  can  be  avoided 
by  keeping  the  cone  of  rays  from  the  objective  lens  to  the  pyrometer 
filament  as  well  as  the  cone  of  rays  entering  the  eyepiece,  fixed  for  any 
particular  set  of  measurements.  This  can  readily  be  done  by  having 
fixed  limiting  diaphragms  between  both  the  objective  lens  and  the  pyrom- 
eter filament  and  between  the  pyrometer  filament  and  the  eyepiece. 

Accuracy  Tests 

To  test'  out  the  accuracy  that  might  be  expected  in  the  use  of  the 
disappearing-filament  type  of  optical  pyrometer,  different  experiments 
were  made.  In  the  first  experiment, "  readings  were  made  by  a  number  of 
observers  with  no  experience  in  this  kind  of  work;  in  the  second  experi- 
ment readings  were  made  by  experienced  observers.  The  instrument 
used  in  each  case  was  the  laboratory  form  of  pyrometer  shown  in  Fig.  3. 
The  resistance  that  controls  the  current  through  the  pyrometer  filament 
was  so  chosen  that  the  sliding  contact  bad  to  be  moved  quite  a  distance 
in  order  to  change  the  apparent  brightness  of  the  filament  by  an  appre- 
ciable amount.     The  current  was  measured  by  means  of  a  potentiometer. 

In  Table  1  are  given  the  results  of  the  first  experiment.  Observers 
1  and  2  were  high-school  graduates  with  several  months'  experience  as 
laboratory  assistants.  Observer  3  was  a  man  with  several  years'  experi- 
ence in  shop  work.  Observer  4  was  a  man  with  several  years'  experience 
in  a  lamp  factory.  Observers  5  and  6  were  girls  from  the  lamp  factory; 
No.  5  had  no  experience  with  this  kind  of  work  while  No.  6  had  had  ex- 
perience with  the  photometer. 
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—ResttUa   Obtained    With   a   Diaappearing-JUament    Type  of 
Pyrometer  By  Inexperienced  Observers 


0.-™           s'::sj:^aj'"™^"'' 

^s™?"- 

2.  H.  W 

3.  F.  G 

4.  E.  H 

5.  E.  W 

6.  L.  H 

iilii 

3 
2 
3 
5 
2 

The  table  shows  that  but  a  single  observer  made  an  error  greater  than 
3°  K.  in  the  temperature  as  obtained  from  the  average  of  six  readings. 
In  no  instance  was  a  value  of  temperature  obtained  from  a  single  reading 
that  differed  more  than  5°  from  the  mean  of  the  set  of  readings.  These 
results  are  thought  to  be  very  good  and  to  indicate  the  character  of  results 
that  could  be  obtained  with  this  form  of  pyrometer  in  industrial  works. 
The  pyrometer  used  probably  enabled  the  observers  to  make  much  more 
accurate  observations  than  is  possible  with  a  commercial  form  of  the 
instrument.  However,  even  a  commercial  instrument  could  be  so 
constructed  that  very  good  observations  could  be  obtained.  Id  this 
work,  as  in  almost  all  work  depending  on  eye  observationsj  a  small  amount 
of  training  makes  a  very  great  improvement  in  the  accuracy  of  the  results. 

The  second  experiment**  was  more  extended  and  had  as  an  object  to 
test  out  the  constancy  of  readings  of  different  observers  when  using  a 
sectored  disk  of  low  transmission  or  a  dense  absorbing  glass  to  cut  down 
the  apparent  brightness  of  a  source  studied.  The  observers  who  made 
these  readings  obtained  very  nearly  the  same  readings  when  using  the 
pyrometer  directly;  that  is,  with  no  sector  or  absorbing  glass. 

In  this  experiment,  first  with  two  pieces  of  Jena  red  glass  No.  4512 
(spectral  transmission  shown  by  curve  C,  Fig.  4)  and  second  with  two 
pieces  of  Corning  red  50  per  cent,  (spectral  transmission  shown  by  curve 
B,  Fig.  4)  in  the  eyepiece  of  the  pyrometer,  readings  were  made  on  the 
apparent  brightness  of  a  particular  source  as  observed  through  a  rotating 
sector  with  two  1°  openings, -the  noviweld  absorbing  glass  having  the 
spectral  transmission  shown  by  curve  C,  Fig.  7,  and  throu^  two  pieces  of 
the  Jena  atuorbing  glass  having  the  spectral  transmission  shown  by  curve 
B,  Fig.  7.  The  source  used  was  a  15-mil  tungsten  lamp  operated  at  a 
color  temperature  of  2610°  K.  The  brightness  was  measured  in  terms  of 
the  current  through  the  pyrometer  filament  for  an  apparent  brightness 
match.     Four  observers  made  the  measurements,  three  of  whom  had  had 
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considerable  experience  with  this  kiDd  of  work.  Values  of  the  current 
through  the  pyrometer  filament  thus  obtained  are  given  in  Table  2. 
The  maximum  range  with  the  two  glasses  occurs  for  K.H.M.  and  W,E.F. 
for  the  noviweld  glass  when  the  Jena  red  No.  4512  was  used.  This 
amounted  to  about  1  per  cent,  in  brightness  and  to  leas  than  5°  in  tempera- 
ture at  about  2500°  K. 


o.«s     o.a     0.K     0^ 


Fio.  7.--~SPECTaAi.  TRANsmsaioN  or  various  abborbinq  qlasses.  Cubvb  B, 
Jena  abborbinq  ai^es  1.5  um.  thick.  Cdkve  C,  Noviwbld  obtained  nou 
CoRNiNtTGiAss  WoBKs;  shade  about  6.     Curve  D,  Leeds  &  Nobthbup  abbobbiho 

GLASS  MADE  or  FUXFIiE  AND  GREEK  OI^BB. 


Table  2. — Results  Obtained  By  Experteneed  Observers  Using  Different 
Red  Glasses  and  Different  Absorbing  Glasses 


Red  GlMS  UMd 

Direot 

c^»t-n.j.^P^.u,R,^,« 

S^Seotor 

"^ 

^ 

0.3358           0.3804 

K.HM 

0  3546 

W.E.F 

A.G.W 

I.A.V 

K.H.M 

W.E.P 

A.G.W 

Jena  No.  4612 
Jena  No.  4512 
Corning  red 
Oornii^  red 
Corning  red 
Coming  red 

0.4344 
0.4343 

0.3361 
0.3358 
0.3380 
0.3380 
0.3380 
q.3378 

0,3803 
0.3805 
0.3784 
0.3785 
0.3783 
0.3784 

0.3546 
0.3M7 

The  visibility  curves  of  the  four  observers  are  quite  different.  Two  of 
the  observers  (I.A.V.  and  K.H.M.)  are  quite  blue  sensitive,  one  (W.E.F.) 
is  somewhat  red  sensitive,  and  the  other  (A.G.W.)  is  very  red  sensitive. 
The  values  of  the  visibility  extend  toward  the  red  and  only  to  wave- 
length 0.66;i.  In  this  work  the  visibility  much  beyond  this  pcHnt  must 
be  taken  into  consideration.    It  is  not  the  visibility  in  the  blue  end  of  the 
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spectrum  that  is  important  but  rather  the  relative  shapes  of  the  differ- 
ent visibility  curves  in  the  red  end.  In  some  other  work,  it  was  shown 
that  though  there  was  a  great  variation  in  the  values  given  by  the  indi- 
vidual observers  to  the  brightness  in  the  extreme  red  in  comparison  with 
those  in  the  central  part  of  the  spectrum,  the  relative  values  in  the  red 
end  do  not  vary  so  widely.  From  this,  it  is  to  be  expected  that  different 
observers  will  get  very  closely  the  same  values  of  brightness  if  they  are 
Umited  to  the  extreme  red.  For  the  currents  given  in  Table  2,  a  change 
of  0.0005  amp.  corresponds  to  a  change  of  about  1  per  cent,  in  brightness 
of  the  background.  This  same  change  in  current  through  the  pyrometer 
filament  corresponds  to  about  3°  K.  in  temperature  at  about  2500°  K. 

Another  experiment*^  shows  what  results  are  to  be  expected  with  the 
optical  pyrometer.  The  temperatures  of  several  tungsten  lamps  were 
very  carefully  measured -in  this  Laboratory  for  different  currents  and 
sent  to  the  Bureau  of  Standards,  the  Physioal  Laboratory  of  the  University 
of  Wisconsin,  and  the  Research  Laboratory  of  the  General  Electric  Co., 
at  Schenectady,  where  the  temperatures  were  measured  for  the  same 
currents.  The  lamps  were  then  returned  to  this  Laboratory  for  a  second 
check  on  the  temperatures.  This  gave  an  intercomparison  of  the  tem- 
perature scales  that  are  in  use  in  the  different  laboratories. 

In  each  of  the  laboratories,  the  temperatures  were  measured  by  means 
of  a  disappearing-filament  optical  pyrometer  using  red  glass  as  the  mono- 
chromatic screen.  As  the  different  laboratories  used  a  red  glass  having  a 
slightly  different  effective  wave-length,  a  small  correction  was  necessary 
to  reduce  the  temperature  to  the  same  wave-length.  Such  a  correction 
wou]d  have  been  unnecessary  if  the  sources  whose  temperatures  were 
measured  had  been  black  bodies.  A  summary  of  the  results,  using  the 
data  on  but  three  of  the  six  lamps,  is  given  in  Table  3;  the  data  obtained 
on  the  other  three  lamps  are  about  the  same. 

Of  the  lamps  used,  aJl  except  one  had  fiat  fiilameats  about  3  cm.  long 
and  about  1^  mm.  wide.  The  exact  point  at  which  it  was  desired  to 
have  the  temperature  measured  was  indicated  either  by  a  pointer,  a  notch 
in  the  supporting  lead,  or  a  small  notch  in  the  filament  itself.  Three 
of  the  lamps  were  gas-filled  and  two  were  of  the  vacuum  type;  the  other 
lamp,  which  was  gas-filled,  had  a  20-mil  (0.5-mm.)  filament  in  the  shape 
of  a  hairpin  loop.  As  the  loop  was  rather  sharp,  the  exact  point  at  which 
it  was  desired  to  have  the  temperature  measured  was  easily  indicated. 
This  Laboratory  is  planning  to  send  similar  lamps  to  several  other  labora- 
tories for  like  comparisons  in  the  near  future. 

In  Fig.  8  is  shown  a  picture  of  three  of  the  lamps  used  in  this  tempera- 
ture intercomparison.  The  flat-filament  lamps  have  been  quite  useful 
in  intercomparing  the  calibration  of  pyrometers  and  in  calibrating  a 
pyrometer.    Such  a  lamp  has  been  used  as  a  source  for  work  with  the 
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Fio.  8. — Lamp?  i 
Table  3. — Results  of  I rvter comparison  of  Temperature  Scales 


c-  14360*.  dec.'                     X- 

Nelk 

1429 

1         1813 

2304 

2752 

MelUDc  Point  of  ^u  -  1330°  K. 
(Pd  -  IS2S°  K.) 

Lamp 

M>ndu(b 

1     ^^'k'" 

T-l&B 

r-30c 

T~30C 
T-30C 

1813 
•2756 

1         1813 

1        2307 

2762 

1431 
1814 
2302 
2762 

1          1427 
1813 
2303 

1          2752 

...™ 

-"""; 

Kel.R««rch 
D<«.«  K.        j 

PhyairBl  Lftbc 
Univereily  of  W 

C.  E.  M. 
Deire«  K. 

iHwiuiii 
0.  R.  G. 

1816 
2202 
2516 

r-17 

1810          1 

2193 

2490 

1813          1 
2197 

2500 

1810 
2196 
2497 
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spectroscope.  The  high  intensity  attainable,  together  with  its  size  and 
the  fact  that  it  will  remain  so  constant,  makes  it  a  very  good  source  for 
this  kind  of  work. 

The  table  shows  that  the  results  by  the  Bureau  of  Standards,  Re- 
search Laboratory  of  the  General  Electric  Co.,  Schenectady,  and  Nela 
Research  Laboratory  E^ree  very  well  for  the  entire  range  studied.  The 
results  obtained  in  the  Physical  Laboratory  of  the  University  of  WiBConsin 
do  not  ^ree  quite  so  well,  but  even  here  the  differences  are  quite  small. 

Absorbino  Screens  for  Optical  Ptbombtbt 

A  sector  that  has  been  very  carefully  caUbrated,  if  used  properly,  is 
without  doubt  the  best  means  that  can  be  used  for  cutting  down  the  ap- 
parent intensity  of  a  source  that  is  being  studied.  In  a  research  or  a 
standardizing  laboratory,  the  rotating  sector  is  thus  a  very  valuable 
instrument.  However,  for  commercial  work  where  a  portable  instru- 
ment is  desired,  a  rotating  sector  adds  to  its  size  and  makes  necessary 
another  source  of  power  to  drive  the  sector,  so  for  a  commercial  pyrome- 
ter absorbing  glasses  are  generally  used,  and  when  properly  calibrated 
and  properly  used  are  very  satisfactory. 

When  it  is  necessary  to  use  glass  absorbing  screens  to  reduce  the 
apparent  brightness  of  the  source  studied,  the  main  requirement  is  to 
have  a  screen  that  approximates  a  neutral-tint  screen  sufficiently  well  to 
enable  comparisons  in  brightness  to  be  made  by  different  observers  with 
the  same  results.  The  degree  to  which  it  is  necessary  for  the  absorbing 
screen  to  have  a  spectral  transmission  independent  of  the  wave-length, 
depends  on  the  so-called  monochromatic  glass  used  in  the  eyepiece.  It 
ia  quite  evident  that  if  this  eyepiece  glass  is  absolutely  monochromatic, 
any  absorbing  glass  will  answer. 

In  Fig.  7  are  shown  the  spectral  transmissions  of  a  piece  of  ooviweld 
(curve  C)  and  of  a  piece  of  a  Jena  absorbing  g\asa  (curve  B).  Either  of 
these  glasses  is  nearly  enough  neutral  tint  for  use  with  the  red  glasses 
having  transmission  curves  shown  by  B,  C,  and  D  in  Fig.  4.  The  novi- 
weld  absorbing  glass  and  the  samples  of  Corning  high-transmission  red 
glass  were  obtained  from  Mr.  F.  P.  Gage  of  the  Corning  Glass  Works, 
Coming,  New  York.  This  absorbing  glass  is  made  in  different  shades  with 
transmissions,  when  used  in  connection  with  red  glass,  ranging  from  less 
than  1  per  cent,  to  several  per  cent. 

If  a  red  glass  is  used  in  the  eyepiece,  by  total  transmission  for  a  par- 
ticular temperature  is  meant  the  ratio  of  the  brightness  of  the  source 
observed  through  both  the  red  glass  and  the  black  glass,  to  the  brightness 
of  the  same  source  observed  through  the  red  glass  alone.  Without  a  red 
glass,  using  the  entire  visible  spectrum,  it  is  generally  very  bard  to  make 
such  measurements  owing  to  the  color  differences  introduced  by  even  the 
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best  absorbing  glasses,  but  with  a  good  red  glass  in  the  eyepiece,  mieh 
transmiasioii  measurementB  can  be  made  easily. 

The  total  transmission  of  the  absorbing  glass,  when  used  with  a  ltd 
glass,  can  be  calculated  for  any  black-body  distribution  by  the  following 
formula,  taken  from  Preston's  "Theory  of  Light": 

where  J^dK  =  black-body  enerity  for  interval  X  to  X  -H  dX.  Vx  -  via- 
bility, ^s  and  f  A  =  spectral  transmismon  of  red  and  absorbing  glasaea, 
respectively.    It  is  very  evident  that  if  the  spectral  traasmissioD  ol 
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Fio,  9. — Total  transmission  or  abborbinq  QLiasEs,  as  a  stjuction  op  tbmpbw- 

TUHE  WHEN  USED  WITH  BED  OLAHB  No.  4612 5.8  HU.  THICK.       CURVE  A,  TWO  PISCES 

Jena  ABBOBSiNa  OLAsa.    B,  one  piece  Jena  abborbino  qLlAss.     C,  Notiweui  olah 
FROif  CoRNiNQ  QLASB  WORKS.    Curves  drawn  throuoh  points  caj^culated  fboh 
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TAiNED  WITH  optical  ptbometer- 

the  absorbing  glass  is  different  for  different  wave-lengths,  the  toUl 
transmission  will  be  a  function  of  the  temperature  of  the  source  under 
investigation. 

In  Fig.  9  is  shown,  as  a  function  of  the  temperature  of  the  source,  the 
total  transmission  for  red  light  of  the  absorbing  glasses  having  the  spec- 
tral tranamission  given  by  curves  B  and  C,  Fig.  7,  The  measured  points 
were  determined  by  the  author  and  the  calculated  values  were  obtuned 
by  means  of  equation  8  by  using  an  average  visibility  curve"  for  this 
spectral  region.  Transmission  values  were  also  calculated,  using  the 
writer's  visibility  ciirve.    Values  thus  obtained,  using  the  two  different 
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visibility  curves,  differ  from  each  other  by  only  a  small  fraction  of  a  per 
cent.  • 

There  has  been  some  question"  as  to  the  effect  on  the  effective  wave- 
length of  a  red  glass  for  a  certain  temperature  interval  due  to  using  with 
it  an  absorbing  glass  that  is  not  neutral  tint.  It  has  been  stated  several 
times  that  the  effective  wave-length  that  should  be  used  is  the  effective 
wave-length  that  would  be  obtained  by  substituting  in  equation  for  the 
spectral  transmission  of  the  red  glass  the  product  of  the  spectral  trans- 
mission of  the  red  glass  and  the  absorbing  glass,  that  is,  the  spectral  trans- 
mission of  the  two  glasses  together.  In  what  follows,  it  is  shown  that 
such  is  not  the  case  but  that  the  same  effective  wave-length  is  to  be  used 
with  an  absorbing  glass  as  is  used  with  a  sector  of  the  same  transmission. 

Suppose  that  using  the  same  red  glass  in  both  cases,  a  sector  with  a 
transmission  Tg  were  found  such  that  the  brightness  observed  through 
the  black  glass  would  equal  that  observed  through  the  sector  (i.e.,  sector 
and  glass  have  same  transmission).     Then 

fXyyt'gl'„dk  =  XJv^v''«''srfX  =  i.,  SXy^i'idk  (9) 

Since  the  brightness  is  measured  in  terms  of  the  current  through  the 
pyrometer  filament,  this  current  will  be  the  same  in  the  two  cases.  This 
means  that  in  both  cases  the  temperature  Tj  that  is  being  determined 
must  be  calculated  from  the  same  initial  temperature. 

The  question  to  be  considered  is:  What  effective  wave-length  is  to 
be  used  in  calculating  the  temperature  of  the  source  having  the  br^ht- 
nesE  thus  measured?  When  the  brightness  is  measured  by  using  the 
rotating  sector,  the  temperature  Tt  is  calculated  from  the  transmission 
of  the  sector  and  Ti  the  temperature  corresponding  to  the  pyrometer 
reading  when  no  sector  is  used.  For  this  calculation,  as  was  previously 
pointed  out,  the  following  formula  derived  from  Wien's  equation  is  used, 
1  _  1  ^  KJoeJ\ 
Tt  ~Ti  '^  c  log  e 
In  this  expression  X,  is  the  ordinary  effective  wave-length  for  the  red 
glass  for  the  temperature  interval  Ti  to  Tt,  and  is  defined  as  the  wave- 
length such  that  the  ratio  of  the  radiation  intensities  for  the  temperature 
interval  for  this  wave-length  shall  equal  the  ratio  of  the  integral  lumi- 
nosities through,  the  screen  used. 

When  the  brightness  is  measured  by  using  an  absorbing  glass,  the 
tempera tureT'gmust  be  calculated,  using  the  same  formula,  from  the  trans- 
mission of  the  absorbing  glass,  and  Ti,  the  temperature  corresponding  to 
the  pyrometer  current  when  no  absorbing  glass  is  used.  As  the  trans- 
mission of  the  absorbing  glass  is  equal  to  that  of  the  sector  and  the  two 
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temperatures  are  the  same  in  both  cases,  the  other  unknown,  that  is  the 
effective  wave-length,  must  be  the  same.  That  is,  since  the  transmission 
of  the  absorbing  glass  given  by  equation  8  is  the  same  as  that  obtained 
experimentally  by  comparing  ita  transmission  with  that  of  a  sector,  the 
same  effective  wave-length  of  the  red  glass  is  to  be  used  with  both  the 
absorbing  glass  and  a  sector  having  the  same  transmission.  Thus,  to 
calculate  the  extrapolated  ■  brightness  temperature  of  a  source  whose 
brightness  temperature  is  measured,  using  an  absorbing  glass,  it  is  neces- 
sary to  know  the  transmission  of  the  glass  as  a  function  of  the  temperature 
of  the  source  studied,  and  also  the  ordinary  effective  wave-length  for 
the  red  glass  used.  In  calculating  the  extrapolated  temperature  when 
using  a.  sector  disk,  it  is  necessary  to  know  this  temperature  approximately 
in  order  to  find  the  effective  wave-length  for  the  interval.  The  calcula- 
tion is,  therefore,  one  of  successive  approximation.  When  a  so-called 
neutral-tint  glass  is  used,  additional  care  is  required  because  both  the  effect- 
ive wave-length  and  the  transmission  depend  on  the  temperature  reached. 
Attempts  have  been  made  to  obtain  an  absorbing  glass  that  is  strictly 
neutral  tint  or  even  one  that  has  such  a  transmission  as  to  correct  for 
the  change  in  effective  wave-length  of  the  red  glass  used.  Such  a  glass 
would  probably  be  very  nice  but  it  is  not  necessary.  What  is  wanted  is 
a  glass  that  will  permit  comparisons  of  brightnesses  to  be  made  by  dif- 
ferent observers  with  the  same  result.  If  a  good  red  glass  is  used,  suitable 
absorbing  glasses  can  easily  be  found.  The  same  thing  might  be  said 
about  the  red  glasses.  Many  attempts  have  been  made  to  obtain  abso- 
lutely monochromatic  screens  for  optical  pyrometry.  This  is  very  nice 
for  some  purposes  but  is  not  necessary,  in  general,  and  such  screens  have 
the  disadvantage  of  not  transmitting  enough  light  to  permit  of  accurate 
brightness  comparisons  at  low  temperatures.  A  good  red  glass  can 
easily  be  obtained  that  transmits  enough  light  to  permit  brightness 
comparisons  at  low  temperatures  and  at  the  same  time  is  sufficiently 
monochromatic  to  enable  different  observers  to  obtain  the  same  results, 
even  under  the  unfavorable  conditions  existing  when  the  comparison 
source  and  the  source  studied  are  quite  different  in  temperature.  In 
addition  to  this,  if  the  effective  wave-length  of  the  red  glass  is  known,  all 
results  can,  in  general,  be  readily  reduced  to  the  condition  for  a  common 
wave-length. 

Effect  of  Change  in  Temperature  of  Absorbing  Glass  on  its  Transmission. 
— As  the  spectral  transmission  of  the  red  glass  showed  such  a  marked 
change  with  a  change  in  i^  temperature,  it  was  thought  worth  while  to 
investigate  the  transmission  of  the  absorbing  glass  aa  a  function  of 
temperature.  Accordingly  a  heater  was  built  and  so  mounted  that 
different  absorbing  glasses  could  be  heated  in  position  to  a  temperature 
of  about  200°  C.  Their  transmissions  were  ihen  measured  as  recorded 
in  Table  4.     These  transmissions  correspond  to  a  color  temperature  of 
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Table  4. — Transmission  of  Absorbing  Glasses  at  Different  Temperalw 
When  Used  with  Red  Glass  No.  4512,  5.8  mm.  Thick 


Noviwdd  AbooibiDc  Olam, 
PBtCant. 

J«nk  AbMibuK  OIbw, 
PerCmt. 

20 
102 
200 

1.70 
1.66 
1.39 

s.ee 

8.90 

8.87 

the  source  of  2380°  K.  The  Jena  glass  has  the  spectral  transmiraion 
ahown  by  curve  B,  Fig.  7.  The  noviweld  is  a  piece  of  shade  5,  which 
was  obtained  somewhat  later  than  that  used  in  the  preceding  work. 
These  two  pieces  of  noviweld  probably  have  somewhat  the  same  spectral 
transmission.  The  Jena  absorbing  glass  shows  but  a  very  small  change 
in  transmission  due  to  a  change  in  its  temperature.  If  the  spectral 
transmission  of  this  glass  behaves  in  the  same  manner  as  that  of  the 
red  glass  discussed  above,  this  is  what  would  be  expected  from  the 
shape  of  the  spectral  transmission  curve. 

The  change  in  transmission  of  the  noviweld  absorbing  glass  is  such  as 
to  indicate  that  the  spectral  transmission  curve  has  shifted  in  the  same 
direction  as  that  shown  in  Fig.  6  for  the  red  glass.  No  attempt  has  been 
made  to  investigate  the  effect  of  this  temperature  shift  on  the  transmission 
of  the  glass  as  a  function  of  the  temperature  of  the  source  studied.  The 
relative  changes  would  probably  be  about  the  same  as  those  shown  in  the 
table.  The  changes  in  transmission  in  the  Jena  glass  are  so  small  as  to  be 
negligible  for  any  temperature  change  met  with  in  practice.  The  changes 
in  the  noviweld,  however,  are  enough  to  cause  a  small  error  due  to  the 
temperature  changes  met  with  in  practice.  For  a  glass  of  this  kind 
cahbrated  at  a  temperature  of  20°  C.  and  used  at  a  temperature  of  30°  C. 
m  extrapolating  from  1800°  K.  to  3400°  K.  and  3000°  K.,  the  errors  would 
be  respectively  +7.5°  K.  and  +11-5°  K. 

General  Notes 

If  an  optical  pyrometer,  as  shown  in  Fig.  3,  is  constructed  so  as  to 
transmit  sufficient  light  to  enable  temperatures  to  be  measured  as  low 
as  1000°  K.,  this  pyrometer  will  transmit  too  much  light  for  comfort  at 
high  temperaturefl.  The  diaphragm  before  the  eyepiece  telescope  at  E 
can  be  constructed  as  shown  so  as  to  have  several  openings  of  various 
sizes.  For  a  low  temperature,  the  larger  opening  is  to  be  used,  thus 
transmitting  more  light,  while  for  a  higher  temperature,  a  smaller  opening 
should  be  used.  In  this  manner  the  same  instrument  can  be  used  over  a 
wide  range  without  discomfort. 

If  too  large  an  opening  is  used  before  the  telescope  eyepiece,  the 
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pyrometer  filament  will  not  disappear  against  the  image  of  the  back- 
ground but  there  will  be  dark  streaks  along  the  edges  of  the  pyrometer 
Elament.  If  these  dark  streaks  are  too  prominent,  it  is  impossible  to 
make  consistent  settings.  The  resolving  power  of  whatever  eyepiece  is 
used  should  be  so  adjusted  that  the  pyrometer  filament  disappears  as  a 
whole,  that  is  such  that  one  does  not  see  either  dark  or  bright  'streaks 
along  the  edge  of  the  pyrometer  filament.  To  see  what  error  would 
result  due  to  such  dark  streaks,  the  diaphragms  and  the  pyrometer 
filament  were  so  chosen  as  to  give  very  marked  dark  streaks  along 
each  edge  of  the  pyrometer  filament.  A  4-mil  (0.1-mm.)  pyrometer 
filament  was  used.  The  arrangement  of  the  different  parts  was  as  is 
shown  in  Fig.  2,  except  that  the  opening  in  the  diaphragm  before  the 
eyepiece  telescope  was  2  cm.  in  diameter.  The  results,  in  terms  of  the 
current  through  the  pyrometer  filament  for  a  brightness  match  with  a 
15-mil  (O.S^mm.)  tungstenlamp  at  a  temperature  of  1735°  K.,  are  given 
in  Table  5.  As  everything  was  kept  constant  during  the  three  days 
these  readings  were  made  these  variations  are  errors  due  to  a  change  in 
the  criterion  for  a  brightness  match.  For  the  value  of  the  current  given 
in Table5,aGhangeorabout0.0009amp. corresponds  tol'in  temperature. 

Table  5. — Results  Obtained  by  Experienced  Observers  Using  Pyrometer 
with  Dark  Streaks  al<mg  Edges  of  Pyrometer  Fiiamtni 


D.y         1 

A.G.W. 

K.H.M. 

1             W.E.F. 

Current,  i 

0.9162 
0,9187 

0,9174 

n  mmpuw,  through  pyroD 

iMor  fiUiMat        ■ 

1 

2 

3 

Average 

0.9124 

0-9120 
1         0,9125 
j         0,9123 

0.9162 

0.9179 

0.9169 

j         0.9168 

The  greatest  error  was  made  by  W.E.F.     In  this  case  the  range  was 
about  2°  K. 

It  is  thus  seen  that  for  bad  conditions,  as  to  disappearance,  the  error 
for  experienced  observers  though  small  is  much  larger  than  occurs  when 
the  conditions  are  good.  The  results  given  in  Table  2  show  that  when 
the  conditions  are  good  these  three  observers  get  practically  the  same 
reading.  However,  in  this  case  the  differences  are  quite  large.  If  for 
any  reason  it  is  necessary  to  use  a  large  resolving  power  eyepiece,  good 
disappearance  can  be  obtained  by  Increasing  the  size  of  the  cone  of  rays 
that  reach  the  pyrometer  filament  from  the  objective  lens.  If  this  is 
pushed  too  far,  an  objective  lens  with  a  very  large  aperture  is  required. 
If  the  light  is  too  intense  for  comfort,  it  can  be  cut  down  by  using  one  or 
more  additional  red  glasses  before  the  eyepiece.     If  two  red  glasses  are 
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used  in  the  eyepiece,  the  addition  of  a  third  red  glass  will  reduce  the 
apparent  intenfiity  of  the  image  by  about  50  per  cent.  If  more  light  is 
desired  for  sources  at  lower  temperatures,  it  is  often  quite  a  help  to  re- 
move one  of  the  two  red  glasses  that  are  being  used.  If  two  red  glasses 
are  being  iised  and  one  of  them  is  removed,  the  brightness  of  the  im^e 
observed  will  appear  about  twice  what  it  did  with  two  red  glasses.  If 
DO  sector  or  absorbing  glass  is  used  with  the  pyrometer  there  will  be 
very  little  effect  on  temperature  measurements  if  the  number  of  red 
passes  in  the  eyepiece  is  changed.  If  a  sector  or  absorbing  glass  is 
used  corrections  will  have  to  be  made  for  the  change  in  effective  wave- 
length for  the  number  of  red  glasses  that  are  used, 

Pi^arizaiion. — To  test  out  the  effect  of  polarization  with  this  type  of 
pyrometer,  a  large  nicol  was  mounted  directly  in  front  of  the  pyrometer 
lamp  and  readings  made  with  the  position  of  the  nicol  varied  with 
respect  to  the  pyrometer  filament.  It  was  found  that,  with  a  red  glass 
before  the  eyepiece  of  the  pyrometer,  the  apparent  brightness  of  the 
background  (a  black  body)  was  about  1  per  cent,  more  when  the  nicol 
was  so  set  that  the  transmitted  light  was  polarized  in  a  plane  at  right 
angles  to  the  pyrometer  filament  than  with  nicol  turned  through  90°. 
Since  the  source  is  known  to  be  free  from  polarization,  this  shows  that 
the  effect  of  polarization  is  almost  negligible  even  when  all  the  light  is 
polarized.  From  the  work  on  diffraction*'  around  the  pyrometer  fila- 
ment already  referred  to,  a  small  difference  would  be  expected  even  with 
this  instrument. 

PoaitUm  of  Rotating  Stdor. — If  the  rotating  sector  is  used  to  cut 
down  the  apparent  intensity  of  the  background,  care  must  be  taken  as  to 
the  location  of  the  sector.  There  is  a  very  marked  difference  in  the 
results  of  temperature  measurements,  depending  on  whether  the  sector 
is  located  near  the  objective  lens  or  as  near  as  possible  to  the  pyrometer 
lamp.  There  is  also  a  difference  depending  on  the  relative  position  of 
the  openings  in  the  sector  and  the  source,  providing  the  source  is  a  lamp 
filament.  If  a  sector  of  small  transmission  is  mounted  near  the  lens  and 
so  placed  that  the  openings  of  the  sector  are  parsllel  to  the  axis  of  the 
background  filament  when  the  sector  is  passing  across  the  center  of  the 
lens,  the  definition  will  be  very  bad,  while  if  the  openings  of  the  sector 
are  turned  through  90°,  so  that  they  are  perpendicular  to  the  axis  of  the 
filament,  the  definition  will  be  quite  good,  but  not  as  good  as  if  the  sector 
is  located  near  the  pyrometer  lamp,  see  Fig.  10.  When  the  rotating  sector 
is  located  near  the  pyrometer  lamp,  the  definition  is  good  and  practically 
independent  of  the  position  of  the  opening  of  the  sector.  If  a  very 
large  source  is  used  no  such  effect  is  noted.  Using  a  pyrometer  cali- 
brated against  such  a  large  background,  and  thus  independent  of  the 
position  of  the  sector  to  measure  the  brightness  temperature  of  a  small 
"  Phys.  Ren.  (2]  (1914)  4,  163. 
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tungsten  filament,  large  variatione  in  temperature  were  found  when  differ- 
ent sectors  were  used  near  the  objective  lens.  No  such  differences  were 
found  when  the  sector  was  located  near  the  pyrometer  filament. 

In  Table  6  are  given  results  of  a  test  showing  the  effect  of  the  position 
of  the  sector.  A  15-iml  (0.381-nim.)  tungsten  lamp  operated  at  a  bright- 
ness temperature  of  about  2275°  K.  was  used  as  a  background  and  read- 
ings were  made  on  the  current  through  a  2}^-mil  (0.063-mm.)  tungsten 
pyrometer  filament,'  for  an  apparent  brightness  match  with  a  sector 
having  two  1°  openings.  From  the  table  it  can  be  seen  that  the  position 
of  a  sector  of  this  size  can  cause  an  error  of  about  14°  K.  for  this  condition 
if  care  is  not  taken  as  to  its  location.  When  a  sector  is  used,  it  should 
be  rotated  so  fast  that  no  Sicker  is  noticeable.  Not  only  is  an  error  apt 
to  be  made  if  the  sector  is  not  rotating  fast  enough,  but  the  Sicker  is  very 
bothersome  in  making  accurate  brightness  comparisons. 


Fio.  10,^ Appearance  of  iuaoe  op  bpieal  xuNOflTBtj  fu.aiient  when  rotatiho 

SECTOB  WITH  TWO  1°  0PENIN08  18  UQUNTED  NEAR  LENS;  a,  WITH  OPENINOS  OF  SECTOR 
PARALLEL  TO  AXIB  OP  COIL,  THAT  18,  PERPENDICULAR  TO  INDIVIDUAL  TURNS,  WHEN 
SECTOR  IS  PABBINO  IN  FRONT  OF  CENTER  OP  LENS;  E>,  WITH  OPENINOa  OF  SECTOR  PER- 
PENDICULAR TO  AXIB  OF  COIL  WHEN  SECTOR  IB  PASSINO  IN  FRONT  OF  CENTER   OF  LENB. 

Table  6. — Errors  in  Temperature  MeaswemejUs  Due  to  Improper  Loca- 
tion of  Sector 

Near  Lens  Neu  ^jrODHter  Lamp 


O^ninBof 

HodiculiLr  to 
Bftckcround 


Beotor  Puallti 


Openiu  ol 


Curi 


tut. 


in  amperes, 
through  pyrometer  fila- 
ment fof  brightness 

match 

Apparent  relative  bright- 


Temperature  of  back- 
grouod  for  these  read- 
ings, in  degrees  K 


0.3357 
1.0000 


0.3357 
1.0000 


Errors  Due  to  Various  Causes.— In  Table  7  is  given  the  variation  in 
extrapolated  temperature  due  to  a  variation  in  initial  temperature,  in 
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effective  wave-length,  in  tratiHnaission  of  absorbing  glaae  or  tranBrnissioD 
of  secter,  and  in  current  through  pyrometer  filament.  First  is  given  the 
change  in  the  temperature  due  to  one  percentage  variation  of  each  and 
then  some  other  possible  variation.  An  inspection  of  this  table  will 
show  that  in  extrapolated  temperatures  quite  an  error  is  allowed  in  the 
effective  wave-length  or  the  transmission  of  the  sector  or  of  absorbing 
glass  without  any  great  error  in  the  final  results.  However,  any  error 
in  calibrating  at  the  initial  temperature  will  cause  a  much  larger  error  in 
the  final  result. 

If  a  tungsten  lamp  is  used  as  a  background  to  standardize  pyrometer 
lamps,  for  the  highest  accuracy,  either  the  same  kind  of  red  glass  must 
be  used  in  caUbrating  the  standard  as  is  used  with  the  pyrometer  being 
calibrated,  or  correction  must  be  made  for  the  difference.  The  example 
given  in  the  table  corresponds  to  the  difference  between  two  glasses 
having  the  spectral  transmissions  shown  by  curves  A  and  C,  Fig.  4. 

Table  7.— Changes  in  Temperature  of  2400",  and  3000°  K. 

from  1800°  K.  as  Initial  Temperature,  Using  Wien's 
Equation,  Due  toVarious  Changes 


Faromtac*  Chuse 

^-K^S-^- 

.™ 

2400 

»» 

- 

2*00 

8000 

Change  of  1  per  cent,  in  initial  temperature . . 

Change  of  3°  K.  in  initial  tamperature 

Ufling  a  wave-length  that  is  1  per  cent,  in 

1.0 

1.30 

0.30 
0.05 

0.10 

0.11 
0.70 

1.70 

0.70 
0.10 

0.30 

0.14 
0.80 

18.0 
3.0 

3.5 
9.0 

32.0 
5.0 

8.0 
1.2 

2.4 

2.7 
16.0 

60.0 
8.0 

If  in  extrapolatii^;  the  X,  of  red  glass  between 
1300°  and  I800<-  K.  ia  used,  see  Fig.  S 

Calibrating    pyrometer    filament    against 
tunpten   lamp   as   background  that  was 
atandardiaed  with  a  red  glass  different  from 
one  used  in  pyrometer  being  calibrated. 

Error  of  1  per  cent,  in  value  used  for  tran»- 
miaaiDn  of  sector  or  absorbing  glass 

Variation  of  1  per  cent,  in  current  through 
2^mil  pyrometer  filament 

o.s 

3.0 

7.6 

4,2 
26.0 

If  with  the  use  of  sectors  or  otherwise  the  pyrometer  is  calibrated  to 
gjive  relative  brightness  instead  of  temperature,  the  pyrometer  is  quite 
valuable  for  measuring  the  relative  bri^tness  of  different  sources.  The 
pyrometer,  thus  calibrated,  can  also  be  used  to  measure  the  transmission 
of  different  glasses  as,  for  instance,  the  transmission  of  the  lamp  bulb 
when  an  attempt  is  made  to  get  the  actual  temperature  of  a  filament. 
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These  transmissiouB  and  relative  brightnesses  will  correspond  to  the 
monochromatic  glass  used  in  the  eyepiece. 

This  type  of  pyrometer  possesses  several  advantages  over  otherforms. 
In  the  first  place,  the  observer  is  able  to  see  the  object  whose  temperature 
is  being  measured  directly  through  the  pyrometer,  the  same  ae  through 
a  telescope.  It  is  hard  to  overestimate  this  advastage.  Often  it  is 
very  desirable  to  measure  the  temperature  of  a  particular  point  oi  an 
extended  body,  as  for  instance,  a  mass  of  molten  iron  in  the  furnace  or 
a  particular  spot  on  an  ingot  that  is  being  rolled.  This  can  be  easily 
done  with  this  pyrometer  while  it  is  very  difficult  with  most  other  forms. 
For  this  reason,  this  form  of  pyrometer  gives  the  temperature  of  a  par- 
ticular small  area  of  the  object  whose  temperature  is  being  measured 
rather  than  an  av^^ge  over  a  more  extended  area.  Also,  it  is  not  nec- 
essary to  have  an  extended  source  in  order  to  measure  its  tempwature. 
Some  pyrometers  require  a  source  that  is  very  large  if  the  observer  is 
at  any  distance;  such  is  not  the  case  with  this  form. 

Another  advantage  that  is  to  be  considered  is  the  fact  that  this  form 
of  pyrometer  is  almost  free  from  any  error  due  to  polarization.  Any 
effect  due  to  this  cause  would  be  negligible  in  ahnost  the  worst  case 
possible. 

DISCUSSION 

C,  O.  F AiacH I LD,  Washington,  D.  C  (written  discussion*).' — Referring 
to  the  paragraph  entitled  "EfEect  of  change  in  temperature  of  absorbing 
glass  on  its  transmission,"  Dr.  Footeand  the  writer  have  been  using,  since 
June,  1916,  a  conection  for  room  temperature  with  absorbing  glasses. 
For  Jena  black  glass  No,  3815,  with  a  red-glaas  eyepiece  the  effective 
transmission  increases  instead  of  decreases  with  a  rise  in  room  tempera- 
ture, corresponding  to  a  decrease  in  the  quantity  A  where 

ct  log  e 
The  change  in  A  was  found  to  be  approximately  0.02  per  cent,  per  degree. 
Also  noviweld  of  shade  No,  7,  having  a  very  low  transmission,  was  found 
to  give  a  decreasing  A  when  used  with  a  red  glass  although  the  total 
transmission  decreases  and  the  spectral  transmission  ciu*ve  shifts  toward 
the  red.  The  last  is  readily  detected  by  noting  the  change  in  the  tint 
of  the  glass  when  heated.  This  is  also  indicated  by  a  marked  improve- 
ment in  the  color  match  (upon  heating)  when  the  glass  is  used  with  a  thin 
led-glass  eyepiece.  If  a  green  glass,  such  as  Jena  4930,  is  used  in  the 
eyepiece,  an  exceedingly  great  decrease  in  transmission  is  observed,  con- 
sistent with  the  shift  of  the  spectral  transmission  curve.  Dr.  Forsythe 
has  not  stated  whether  the  values  given  in  Table  4  are  for  a  red-glasa 

•Ueceived  Sept.  20,  1919. 
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eyepiece.  It  is  readily  apparent  that  the  room-temperature  factor  is 
quite  dependent  on  the  particular  eyepiece  used,  in  cases  where  the  spec- 
tral transmission  of  the  absorbing  glass  varies  rapidly  in  the  region  of 
transmission  by  the  eyepiece.  So  there  ia  considerable  interest  in  measur- 
ing the  change  in  spectral  transmission  of  absorbing  glasses,  such  as  has 
ah'eady  been  done  with  red  and  other  colored  glasses. 

W.  E.  FoRsvTHB,  (author's  reply  to  discussion*). — The  transmission 
of  each  sample  of  absorbing  glass  that  has  been  examined  m  this  labora- 
tory for  different  temperatures  of  the  glass  has  changed  in  such  a  direc- 
tion that  this  change  could  be  accounted  for  by  a  shift  of  the  transmission 
curve  to  longer  wave-lengths.  Thus,  whether  the  transmission  increased 
or  decreased  depended  on  the  shape  of  the  spectral  transmission  curve. 
Mr.  Luckiesh  of  this  laboratory  has  examined  the  transmission  for  the 
visible  radiation  for  a  number  of  glasses.*'  Among  the  glasses  that  he 
studied  was  a  cobalt  glass,  the  transmission  of  which  increased  with  an 
increase  in  temperature.  This  is  what  is  to  be  expected  if  the  trans- 
mission curve  shifted  toward  the  red  end  of  the  spectrum  when  the 
glass  was  heated. 

From  the  spectral  transmission  curve  of  Jena 'glass,  No.  3815,  given 
by  Doctor  Foote,"  one  would  expect  that  its  transmission  for  red  radia- 
tion would  decrease  when  it  was  heated,  if  the  spectral  transmission  of  this 
glass  changes  like  the  other  glasses  examined.  However,  not  enough 
work  has  been  done  in  this  field  to  enable  any  definite  general  conclusion 
to  be  drawn. 

The  values  given  in  Table  4  of  the  transmissions  of  different  absorbing 
glasses  are  for  red  radiation,  such  as  would  be  transmitted  by  red' glass 
No.  4512,  6.8  mm.  thick. 

■Received  Jan.  19,  1920.  "U.  S.  Bureau  of  Standards  BvU.  12,  489. 
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Optical  and  Radiation  Pyrometar 

BT  PAUL  p.  rOOTK,*  PB.   D.,   AKD  C.   O.   PAIBCHILD.f  B.  B.,  WABEINOTON,   D.   C. 
(Chliaca  Msatinc.  BeptsmbH,  IBIB) 

The  temperature  of  a  material  may  be  aaoertained  by  measurement  of 
the  intensity  of  the  radiant  energy  it  emits.  This  measurement  may 
refer  to  the  radiation  of  all  wave  lengths  emitted  by  the  material,  or,  if 
the  material  is  glowing,  the  measurement  may  refer  to  the  visible  light 
emitted,  or  to  the  radiation  in  a  very  restricted  portion  of  the  visible 
spectrum.  In  general,  the  intensity  of  radiation  depends  not  alone  upon 
the  temperature  of  the  source,  but  also  upon  its  nature.  Thus,  glowing 
carbon  appears  to  the  eye  about  three  times  as  bright  as  glowing  platinum, 
at  the  same  temperature.  This  is  technically  expressed  by  saying  that 
the  emissive  power  or  emissivity  of  carbon  is  about  three  times  that  of 
platinum. 

A  material  having  the  highest  theoreticaUy  possible  emissivity  is 
known  as  a  "black  body;"  it  is  customary  to  assign  a  numerical  value  of 
1  to  the  emissivity  of  a  black  body.  A  black  body  is  experimentally 
realized  by  uniformly  heating  a  hollow  enclosure  and  observing  the 
radiation  coming  from  a  boibII  opening  in  the  wall.  The  intensity  of 
radiation  emitted  from  this  opening  depends  only  on  the  temperature  of 
the  walls,  and  not  on  the  material  of  which  they  are  constructed.  U 
E  is  the  emissivity  of  any  non-transparent  material  and  S  is  its  reflection 
coefficient,  it  can  be  shown  that  E  +  R  =  1.  If  a  material  having  an 
emissivity  of,  say,  0.40,  and  hence  a  reflection  coefficient  of  0.60,  is 
placed  inside  a  black  body  it  becomes  indistinguishable  from  its  sur- 
roundings, because  the  total  intensity  of  radiation  leaving  the  material  is 
the  same  as  that  emitted  by  the  black  body.  While  the  material  actually 
emits  only  40  per  cent,  of  the  intensity  of  a  black  body  at  the  same  tem- 
perature, 60  per  cent,  of  the  radiation  falling  upon  it  from  the  walls  of 
the  enclosure  is  reflected.  However,  if  the  material  is  removed  from  the 
black  body  and  placed  in  the  open  air,  the  reflected  intensity  is  no  longer 
present  and  the  object  appears  but  40  per  cent,  as  bright  as  a  black  body 
at  the  same  temperature. 

Optical  and  radiation  pyrometers  are  usually  calibrated  to  read  cor- 
rectly when  sighted  upon  a  black  body.  Fortunately,  many  technical 
processes  are  carried  out  under  black-body  conditions.  Muffle  furnaces, 
many  annealing  furnaces,  etc.,  are  sufficient  approximations  to  "black 

•  Physicist,  U.  S.  Bureau  of  Standards. 
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bodies"  to  give  practically  correct  temperature  readings  with  the  optical 
or  radiation  pyrometer.  Some  materials  are  nearly  "black"  in  the  open; 
for  example,  the  oxide  formed  on  iron  and  steel  ingots,  rails,  etc.  In 
general,  however,  corrections  must  be  applied  to  the  pyrometer  readings 
to  obtain  the  correct  temperatures  of  materials  in  the  open.  These  cor- 
rectiona  are  very  large  in  the  case  of  clean  molten  metals.  The  presence 
of  an  oxide  film  on  the  molten  metal  greatly  reduces  the  corrections. 
The  temperature  scale  for  the  optical  pyrometer  is  based  upon 
Wien's  law  for  the  distribution,  in  the  spectrum,  of  the  energy  of  a  black 
body.  This  law  may  be  stated  by  equation  (1)  in  which  X  denotes  the 
wave  length  in  microns;  ci  is  a  constant  =  14,350;  d  is  the  absolute 
temperature  of  the  black  body;  Jx  is  the  intensity  at  the  wave  length 
\  {i.e.,  at  a  particular  color,  such  as  red) ;  and  Ci  is  a  constant,  the  value  of 
which  is  of  no  moment  in  pyrometry,  since,  as  will  be  seen,  it  disappears 
from  the  actual  working  equation. 

For  a  black  body,  J^  =  ci  X~*  e  *■*  (1) 

The  intensity  of  radiation,  J\,  of  wave  length,  X,  from  a  non-black  body 
of  temperature  *  and  emissivity  E\,  is  given  by  equation  (2). 

For  a  non-black  body,  A'  =-  ciEx\-''e ~^'  =  Ci  X  "*  e """i  (2) 

In  the  third  term  of  (2)  we  define  Sx  M  the  apparent  temperature,  in 
degrees  absoluteof  the  non-black  body.  This  is  the  temperature  measured 
by  the  optical  pyrometer  and  is  less  than  the  true  temperature,  *,  for 
all  materials  except  black  bodies,  when  it  becomes  equivalent  to  d. 
From  (2)  we  have: 

1  _  1   ^  \loeEx    ^  XlogBx  ,  , 

tf       S\       0.4343c,  6232  *■  ' 

Thus,  knowing  X  and  E^,  it  is  always  possible  to  compute  the  true  tem- 
perature d  from  the  observed  temperature  S^. 

An  optical  pyrometer  is  simply  a  photometer  using  monochromatic 
light  (usually  red),  in  which  the  intensity  of  radiation  from  either  a 
standard  or  a  constant  source  (electric  lamp,  oil  flame,  etc.)  is  compared 
with  that  from  the  object  of  which  the  temperature  is  desired.  Fre- 
quently the  two  intensities  are  made  to  appear  equal  by  adjusting  vari- 
ous types  of  absorbing  devices  (absorption  glasses,  iris  diaphragms,  etc.) 
interposed  either  on  the  furnace  side  or  the  standard-lamp  side  of  the 
pyrometer,  depending  upon  which  source  is  normally  the  brighter.  In 
this  process  of  comparison  the  term  c,X~*  of  equation  (1)  is  embodied  as 
one  of  the  cahhration  constants  of  the  instrument. 

The  temperature  scale  for  the  radiation  pyrometer  is  based  upon  the 
Stefan-Boltzmann  law  expressing  the  relation  between  the  total  energy 
J  radiated  per  unit  time  per  unit  area  by  a  black  body,  and  its  absolute 
temperature,  i>°  abs.  as  follows : 

J  =  a(^*  -  1?,')  .^        (4) 
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where  iJo  denotes  the  absolute  temperature  of  the  Burroundiogs  or  of  the 
measuring  instrumetit  receiving  the  radiation,  and  <r  an  empirical  con- 
stant. In  general  tfo*  is  negligible  in  comparison  with  tf*  so  the  above 
relation  becomes: 

J  =  <n>*  (6) 

For  a  non-black  body  we  have: 

J'  =  trE&*  =  ffS*  (6) 

where  E  is  the  total  emissivity  and  S  is  the  apparent  absolute  tempera- 
ture of  the  object  sighted  upon  as  measured  by  the  radiation  pyrometer. 
From  (6)  we  obtain : 

£  =  ^1  or  log  £^  =  4  (log  S  -  log  &)  {.7) 

Thus,  knowing  the  total  emissivity  E  of  any  material,  it  is  possible  to 
obtain  the  true  temperature  d  from  the  apparent  temperature  S  as 
measured  by  a  radiation  pyrometer. 

Equation  (I)  states  that  the  intensity  of  radiation  of  a  fixed  wave- 

_  ooutuit 

length  from  a  black  body  is  proportional  to  e       ' 

Equation  (5)  states  that  the  total  radiation  of  all  wave-lengths  emitted 
by  a  black  body  is  proportional  to  tf*.  These  two  laws,  which  form  the 
baaia  of  optical  and  radiation  pyrometry  respectively,  are  in  agreement 
with  the  temperature  scale  defined  by  the  gas  thermometer  up  to  1550°  C, 
the  upper  limit  at  which  a  gas  thermometer  has  been  used  satisfac- 
torily. Above  this  range,  to  2500°  C,  the  scales  defined  by  these  two 
laws  have  been  found,  experimentally,  to  be  in  mutual  agreement,  and  it 
is  believed  that  they  correctly  represent  the  thermodynamic  scale  for 
all  temperatures. 

Optical  Pyiiombtrt 

Fig.  1  illustrates  the  principle  of  the  Fery  optical  pyrometer.  G 
is  a  means  for  producing  a  divided  photometric  field.  In  the  later  in- 
struments a  Lummer-BrodhuD  or  silver-strip  cube  is  employed.  Part 
of  the  field  of  view  is  illuminated  by  the  source  sighted  upon  and  part  by 
the  gasoline  lamp  L  which  burns  at  a  constant  brightness.  By  moving 
the  wedges  of  black  glass,  pp',  the  thickness  of  absorbing  glass  in  the 
line  of  sight  can  be  varied  until  the  part  of  the  field  illuminated  by  the 
source  has  the  same  brightness  as  that  illuminated  by  the  lamp.  A  red 
glass  screen  is  used  in  the  ocular  so  that  fairly  monochromatic  light  of 
this  color  (0.65fi  to  0.63m)  is  compared.  The  relation  between  the  thick- 
ness of  the  wedges  x,  read  on  a  scale,  and  the  absolute  temperature  &  is 
X  +  P  =  Q/&,  where  P  and  Q  are  constants  determinable  by  two  cali- 
bration points.  The  instrument  must  be  focused  upon  the  radiating 
source  but  no  corrections  for  sighting  distance  need  be  applied.  The 
Le  Chatelier  optical  pyrometer  is  similar  in  principle  but  is  not  of  conBtant 
aperture  and  important  corrections  must  be  made  with  change  of  foous. 
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Directions  jor  Use  ofFery  OpticalPyrometer. — Fill  standardlamp  about 
two-thirds  full  of  gasoliDe  (or  amylacetate,  if  originally  calibrated  for  this 
iUuminant)  and  adjust  flame  until  tip  burns  on  a  level  with  the  top  of  the 
slit  cut  in  the  tube  encasing  the  lamp.  Focus  eye  piece  by  drawing  in  or 
out  until  the  field  illuminated  by  the  lamp  is  well  defined.  Focub  the  ob- 
jective by  thumb  screw  C  until  the  source  sighted  upon  is  clearly  out- 
Uned.  Turn  into  the  field  the  red  glass  screen  in  the  eye  cup  and  match 
the  two  photometric  fields  by  adjusting  the  thumb  screw  which  moves 
the  wedges.  Observe  the  reading  on  the  scale.  This  reading  is  con- 
verted into  temperature  by  use  of  a  table  or  plot  of  scale  readings  fur- 
nished with  the  instrument.    For  varying  and  extending  the  range  of 


Fi(i.  2. — Shohk  ptroscope. 

the  instrument,  two  removable  absorption  glasses  are  used,  one,  A',  on 
the  standard  lamp  side  and  one,  A,  immediately  in  front  of  the  adjust- 
able wedges.  Care  must  be  taken  in  making  observations,  to  note 
whether  these  glasses  are  in  or  out,  and  in  converting  scale  readings  to 
temperature,  to  observe  that  the  correct  table  or  plot  corresponding  to 
the  particular  combination  employed  is  used. 

Shore  Pj/roscope 
The  Shore  pyroscope,  Fig.  2,  operates  upon  a  principle  very  similar 
to  that  of  the  Fery  optical  pyrometer.  The  instrument  has  a  scale 
graduated  to  read  temperatures  directly,  which  is  a  material  advantage. 
The  design  of  optical  parts  is  rather  unnecessarily  complicated  and  it  is 
difi&cult  to  match  the  two  fields  on  account  of  color  differences.  The 
pyroscope  is  used  extensively  and  with  satisfactory  results  where  high 
precision  is  not  required. 
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DiTedions  for  Use  of  Shore  Pyroseope. — Fill  lamp  two-thirds  full  of  kero- 
seDe  oil.  Adjust  the  flame  to  burn  at  a  height  of  about  ^  in.  (18  mm.). 
Focus  on  source  by  turning  knurled  ring  on  end  of  telescope  tube.  Tun 
knob  by  side  of  scale  until  the  inner  and  outer  fields  match  in  brightnesa. 
Read  temperature  of  source  directly  from  scale  setting. 

Wanner  Pyrometer 
Fig.  3  illustrates  the  arrangement  of  the  optical  parts  in  the  Wanner 
pyrometer.  The  comparison  light  is  a  six-volt  incandescent  lamp  illu< 
minating  a  glass  matt  surface  in  front  of  the  sUt  Sj.  The  sUt  Si  is  illu- 
minated by  the  source  sighted  upon.  Light  from  each  aht  passes  through 
the  CQllimating  lens  Oi,  the  direct-vision  spectroscope  P,  a  Wollaston 
prism  R,  a  bi-prism  B,  the  second  colhmating  lens  0],  and  is  brought 
to  a  focus  at  F.  The  Wollaston  prism  produces  two  images  of  each 
slit,  which  are  polarized  at  right  angles  to  each  other.  The  bi-prism 
again  doubles  the  number  of  images,  so  that  there  are  finally  four  images 
of  each  sUt  at  F.  Six  of  these  images  are  diaphragmed  off  by  the  screen 
D.    The  two  remaining  images,  one  of  each  slit,  are  superposed  and  are 


polarized  at  right  angles  to  each  other.  From  this  point  the  light  passes 
through  the  nicol  prism  A  and  the  ocular  lens  E.  The  direct-vision 
spectroscope  is  so  adjusted  that  only  red  light  of  wave  length  about  X  = 
0.65>(  reaches  the  eye,  the  other  colors  being  diaphragmed  off  by  the 
screen  D.  The  ocular  is  focused  on  the  dividing  edge  of  the  bi-prism  B. 
The  eye  perceives  a  circular  photometric  field  half  of  which  is  illuminated 
by  the  ^t  Si  and  half  by  the  slit  Si.  The  light  from  the  two  fields  is 
plane  polarised,  the  plane  of  polarization  in  one  field  being  at  right  angles 
to  the  plane  of  polarization  in  the  other  field.  Consequently,  on  rotating 
the  nicol  prism  A,  one  field  increases  and  the  other  field  decreases  in 
intensity.    A  setting  is  obtained  when  the  two  fields  match. 

In  order  to  determine  the  proper  brightness  at  which  to  operate  the 
electric  lamp  illuminating  the  slit  Si,  the  pyrometer  is  sighted  on  a  source 
of  standard  brightness.  This  consietfi  of  an  amylacetate  lamp  with  a 
fiame  gage  having  a  window  of  ground  glass,  which  illuminates  the  slit 
Si.  The  analyzer  nicol  A  is  set  at  a  specified  normal  point  or  angle 
marked  on  the  instrument.  The  current  through  the  electric  lamp  is 
then  varied  by  a  rheostat  until  the  two  fields  are  matched,  and  the  cur- 
rent is  read  from  the  ammeter.    This  process  should  be  repeated 
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several  times  and  a  mean  value  of  the  current  settings  obtained;  when 
ufiing  this  instniment  the  current  is  adjusted  to  this  mean  value.  The 
electric  lamp  burns  at  a  high  temperature  and  consequently  deteriorates 
□oticeably.  Hence  the  above  adjustment  of  the  normal  point  requirefl 
frequent  redetermination.  For  high  precision  the  adjustment  should 
be  made  both  before  and  after  a  series  of  temperature  readings.  In  the 
industrial  plant,  once  a  day  or  once  a  week  is  sufficient,  depending  upon 
the  amount  of  use. 

The  calibration  of  the  instrument  follows  the  law 
log  tan  v  =  a  +  W^ 
where  tp  is  the  angular  reading  of  the  analyzer,  d  the  absolute  tempera- 
ture, and  a  and  6  empirical  constants.  Since  the  relation  between 
log  tan  <p  and  1/d  is  linear,  two  caUbration  points  serve  to  determine 
a  and  b,  and  v  may  be  plotted  against  t°  C.  {t°  =  &  ~  273°).  Usually 
such  a  table  is  furnished  with  the  pyrometer,  or  the  instrument  may  be 
sent  to  the  Bureau  of  Standards  for  calibration. 

The  instrument  described  above  is  satiafEictory  for  temperatures 
greater  than  900°  C.  At  temperatures  between  700°  and  900°  C,  the 
intensity  of  Ught  from  the  furnace  sighted  upon  is  insufficient  to  permit 
accwate  settings.  For  such  temperatures,  the  direct-vision  spectroscope 
P  is  replaced  by  a  red  ^ass  screen,  or  the  objective  lens  Oi  is  made  of 
red  glass,  and  the  slits  Si  and  St  have  much  wider  openings.  For  very 
high  temperatures,  an  absoTption  glass  is  mounted  in  front  of  the  sUt 
Si  which  decreases  the  light  from  the  furnace  in  a  known  ratio. 

On  account  of  stray  light,  the  Wanner  pyrometer  is  not  accurate 
at  very  small  or  very  large  angular  readii^.  Moreover,  at  large  angles 
the  temperature  increases  so  fast  that  the  angles  would  have  to  be  ob- 
served with  extreme  precision  to  give  accurate  results  expressed  in  degrees 
of  temperature.  The  range  of  the  instrument  is  thus  confined  to  from 
about  10  to  SO  angular  degrees. 

With  the  Wanner  pyrometer,  the  tip  of  the  Same  of  the  amylace- 
tate  lamp  should  bum  level  with  the  top  of  the  flame  gage.  The  setting 
on  the  normal  point  is  tedious  because  the  flame  flickers  over  the 
field.  A  screen  of  black  paper  placed  around  the  lamp  helps  to  re- 
duce the  flicker,  and  the  observations  should  be  made  in  a  closed  room 
free  from  drafts.  Any  error  in  the  adjustment  of  the  normal  current  is 
carried  over  to  the  final  temperature  measurements,  so  that  it  is  ex- 
ceedingly important  to  exercise  all  possible  care  in  those  preliminary 
adjustments.  Examine  the  screen  of  the  flame  gage  to  assure  that  no 
smoke  has  deposited  upon  it.  A  slight  Sim  of  smoke  from  the  lamp  may 
cause  an  error  of  100°  or  more.  The  amylacetate  used  in  the  lamp  need 
not  be  of  high  purity. 

From  experience  with  several  hundred  instruments  in  use  in  the  tech- 
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nical  industries,  it  is  evident  that  these  pyrometers  are  subjected  to  great 
abuse.  The  instrument  is  composed  of  delicate  optical  parts  and  should 
Dot  be  allowed  to  become  heated.  Many  of  the  parts  are  set  in  wax  and 
the  various  optical  surfaces  are  cemented  by  Canada  balsam.  The 
Wollaston  prism,  and  the  nicol  prism  in  the  rotating  eye  piece  are  made 
of  calcite.  In  about  half  the  instruments  examined  these  parts  have 
been  deeply  cut  by  knives  or  pointed  steel  tools.  All  persons  using  thlE 
pyrometer  should  be  cautioned  not  to  touch  any  optical  part  except  the 
lens  in  the  eye  cup,  which  requires  occasional  cleaning.  Do  not  change 
the  setting  of  any  screw,  as  this  may  throw  the  pyrometer  out  of  the 
adjustment  and  cause  errors  of  500°,     If  the  position  of  any  screw  on  the 


FlQ.    4. SCIMATCO    PYRO METER. 

body  of  the  instrument  is  altered,  do  not  attempt  to  readjust  the  instru- 
ment but  return  it  to  the  maker.  Also,  do  not  take  the  instrument  apart 
to  find  out  what  is  wrong.  The  replacement  of  the  electric  lamp  will 
not  alter  the  calibration  of  the  pyrometer. 

Sdmateo  Pyrometer 

Fig.  4  illustrates  the  Scimatco  pyrometer  formerly  sold  by  the  Scien- 
tific Materials  Co,  This  is  an  improved  form  of  the  Wanner  pyrometer. 
AH  but  one  of  the  screws,  the  tampering  with  which  affects  the  calibra- 
tion of  the  instrument,  are  enclosed  in  a  metal  sheath.    The  instrument 
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has  both  aJi  angular  scale  and  a  scale  graduated  directly  in  degrees  of 
temperature.  The  box  at  the  left  contains  a  6-volt  storage  battery, 
an  ammeter,  and  an  adjustable  rheostat.  For  obtaining  the  proper  set- 
ting of  the  current,  the  pyrometer  is  clamped  in  its  carrying  case.  The 
amylacetate  lamp  and  flame  gage  are  so  mounted  that  the  ground  glass 
of  the  gage  is  directly  in  contact  with  the  glass  window  of  the  pyrometer, 
opening  to  the  slit  .Si  of  Fig.  3.  The  tip  of  the  flame  is  adjusted  until 
it  is  just  visible  on  looking  through  the  bottom  of  the  red  glass  window 
in  the  dial  of  the  instrument.  With  the  Wanner  or  Scimatco  pyrometer, 
the  observer  cannot  see,  through  the  instrument,  the  object  sighted 
upon.  This  may  cause  inconvenience  if  it  is  desired  to  measure  the  tem- 
perature of  B  small  crucible  in  a  furnace. 

Foote  &  Fisher  Pyrometer 

Fig.  5  illustrates  the  arrangement  of  optical  parts  in  the  Foote  & 
Fisher  pyrometer  made  by  the  Scientific  Materials  Co.  Light  from  the 
furnace  is  focused  at  the  center  of  the  silver-strip  cube  C.    This  cube 


^^ 


Fco.  6.— Foote  A  Fishbb  pvrpubteb. 

produces  a  circular  field  divided  through  the  middle.  One  half  of  the 
field  receives  light  from  the  furnace,  and  the  other  half  from  the  ground- 
glass  screen  D  which  is  illuminated  by  the  electric  lamp  F  through  the 
condenser  lens  E.  The  ocular  containing  the  red  glass  screen  A  and  lens 
B  is  focused  on  the  dividing  edge  of  this  photometric  field.  G  and  H 
are  diaphragms  which  limit  the  cone  of  rays  employed.  The  two  fields 
are  matched  by  turning  a  thumb  screw  which  moves  the  black  glass  wedge 
W  across  the  path  of  the  light  from  the  furnace.  By  a  system  of  gears 
this  movement  is  transferred  to  a  circular  scale  on  the  dial  K  of  the  instru- 
ment. In  appearance  the  pyrometer  resembles  the  Scimatco,  and  is 
used  in  the  same  manner.  For  a  normal  point  setting,  the  pointer  is 
adjusted  to  read  the  normal  angle  and  after  removing  the  tube  carrying 
the  lens  L  the  instrument  is  clamped  in  its  case.  The  flame  gage  of  the 
amylacetate  lamp  is  so  mounted  that  its  ground-glass  window  is  adjacent 
to  the  diaphragm  H.  A  table  is  furnished  with  the  instrument  giving 
the  relation  between  the  dcale  reading  in  angular  degrees  and  degrees  of 
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temperature.  Thia  instTument  is  bo  designed  that  the  object  sighted  upon 
is  clearly  imaged,  a  distinct  advantage  over  the  Wanner  pyrometer.  The 
relation  between  the  scale  reading  a  and  the  absolute  temperature 
d  is  a  +  jP  =  Q/&  where  P  and  Q  are  constants  determinable  by  two 
calibration  points. 

Morae,  Holbom^Kurlbaum,  and  Leeds  &  Northrup  Optical  Pyromdert 

The  filament  of  a  small  electric  lamp  F,  Fig.  6,  is  placed  at  the  focal 
point  of  an  objective  L  and  ocular,  forming  an  ordinary  telescope  which 
superposes  upon  the  lamp  the  image  of  the  source  viewed.  Red  glass, 
such  as  Coming  "High  TraDsmission  Red,"  is  mounted  at  the  ocular  to 
produce  approximately  monochromatic  light.  In  making  a  setting,  the 
current  through  the  lamp  is  adjusted  by  rheostat  until  the  tip  or  some 
definite  part  of  the  filament  is  of  the  same  brightness  as  the  source  viewed. 


naaAaaa 

Fio.  6. — Leeob  &  Norths  UP  optical  ptsoubter. 

The  ouUine,  or  detail,  of  this  section  of  the  filament  is  then  indistinguish* 
able  from  the  surrounding  field,  as  illustrated  by  Fig.  7;  in  the  third  set* 
ting  the  central  portion  of  the  filament  vanishes  against  the  background. 
The  current  is  read  on  an  ammeter  and  the  corresponding  temperature  is 
computed  from  a  plot  or  table.  The  relatioa  between  the  current,  i, 
through  the  lamp  and  the  temperature  f  C,  is  of  the  form:  i  ~  a-^- 
hl  +  d,*  where  a,  b,  e,  are  constants  requiring  for  their  determination 
at  least  three  standardization  points. 

The  lamps  should  not  be  operated  at  temperatures  higher  titan 
1500°  C,  on  account  of  deterioration  of  the  tungsten  filament.  K  this 
temperature  is  not  exceeded,  the  calibration  of  the  lamp  is  good  for 
hundreds  of  hours  of  ordinary  use.  For  higher  temperatures,  absorption 
glasses,  S,  F^.  6,  are  placed  between  the  lamp  and  the  objective,  or  in 
front  of  the  objective,  to  diminish  the  observed  intensity  of  the  source. 
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The  relation  between  the  temperature  of  the  source,  &°  aba.,  and  the  ob- 
served temperature,  i}i>°  abs.,  measured  with  the  absorption  glass  inter- 
posed, is  as  follows:  ^  —  .-  =  A,  where  A  is  for  most  practical  purposes 

a  constant. 

Usually  the  instrument  is  furnished  with  a  table  showing  the  relation 
between  the  current  through  the  lamp  and  the  temperature  both  with  and 
without  the  absorption  glass.  If,  however,  this  relation  is  not  given  for 
the  use  of  the  absorption  glass,  it  may  be  readily  determined  by  measuring 
the  constant  A  in  the  above  formula.    To  do  this,  sight  without  the  ab- 


Fio.  7. — Appearance  c 

sorption  glass  on  a  mufHe  or  any  uniformly  heated  furnace  at  1200°  to 
1500°  C-  and  observe  the  temperature  t?,  in  degrees  absolute.  Then,  with 
the  absorption  glass  in  place,  match  the  filament  again  and  observe  to 
what  temperature,  dt,  in  degrees  absolute,  the  current  through  the  lamp 
corresponds.  The  difference  in  the  reciprocals  of  these  two  temperatures 
is  the  constant  A,  which  is  usually  of  the  order  of  magnitude— 0.0002. 
This  determination  should  be  repeated  several  times  and  at  several  differ- 
ent temperatures  of  the  furnace.  The  separate  values  of  A  should  not 
differ  by  more  than  1  per  cent,  and  the  mean  value  is  used  for  computing 
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the  relation  between  the  observed  absolute  temperature  with  the  abeorp- 
tioQ  glass  and  the  true  temperature  of  the  source.  In  making  these  com- 
putations, care  must  be  exercised  that  all  temperatures  are  converted  to 
degrees  absolute.  Table  1  illustrates  the  calibration  of  a  certain  pyrometer, 
both  with  and  without  the  abeorption  glass,  the  constant  of  which  has 
the  value  ^  =  —  0.000280.  By  use  of  this  glass,  temperatures  as  hi^  as 
2730°  C.  can  be  measured,  although  the  temperature  of  the  lamp  does  not 
exceed  1360°  C. 

Table  1. — Example  Calibration  of  Optical  Pyrometer 


Cumot, 

C. 

An.p.^ 

With 

AbwptioB  aiw 

0.26 

634 

943 

0.28 

765 

1190 

0.30 

860 

1386 

0.32 

936 

1665 

0.34 

1002 

1710 

0.36 

1060 

1864 

0.3S 

1113 

1992 

o.« 

1201. 

2237 

0.46 

1281 

2478 

0.60 

1369 

2733 

It  will  be  noted  that  the  range  of  current  required  is  small,  in  general 
about  0.3  to  0.6  ampere.  Thus,  if  the  ammeter  is  designed  to  pve  full- 
scale  deflection  with  0.6  ampere,  nearly  half  of  the  scale,  from  0  to  0.26 
ampere,  is  never  used.  The  Hickok  depressed-zero  ammeter,  now  fur- 
nished with  the  Leeds  &  Northrup  pyrometer,  meets  this  objection.  The 
moving-coil  system,  including  the  supports,  pivots,  and  pointer,  may  be 
adjusted  relative  to  the  m^net  by  turniiig  a  lever  on  the  case  d  the 
instrument  to  one  of  two  positions.  In  one  position  the  pointer  is 
adjusted  on  open  drcuU  so  that  it  falls  over  the  first  graduation  on  tJie 
scale;  this  adjustment  is  similar  to  the  ordinary  zero  ad justment  on  any 
ammeter.  In  the  second,  or  working,  position  the  eero  is  depressed  from 
the  scale  an  amount  equivalent  to  0.26  ampere.  The  entire  scale  from 
0.26  to  0.60  ampere  is  thus  utilized  for  the  range  of  the  pyrometer  lamp' 

General  Use  of  Optical  Pyrometers 

Optical  pyrometers  and  radiation  pyrometers,  described  later,  afford 
the  only  means  yet  developed  for  measuring  temperatures  above  1500°  C. 
The  high-temperature  scale,  above  1500°  C,  is  based  on  the  eidrapol*- 
tion  of  Wien's  radiation  law  by  means  of  a  pyrometer  of  the  Leeds  4 
Northrup  type.  When  the  instrument  is  especially  designed  for  pre- 
cision work  it  is  possible  to  measure  a  temperature  difference  pf  0.2°  C. 
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at  1500°  C.  The  commercial  form  of  the  instrument,  when  properly  cali- 
brated, can  be  relied  upon  to  5°  C.  With  a  well-designed  optical  pyro- 
meter there  is  a  perfect  color  match  of  the  two  fields  at  all  times.  Hence, 
contrary  to  the  general  impression,  color  is  not  matched  at  all  but  simply 
brigbtn^s  of  uniform  color,  A  color-blind  observer  will  obtain  the  same 
settings  as  a  normal  observer.  Forsythe*  has  compiled  data  observed 
with  an  optical  pyrometer  of  the  Leeds  &  Northrup  type  by  six  opera- 
tors, none  of  whom  had  ever  used  an  optical  pyrometer  before.  The 
average  variation  from  the  mean  was  3°  C,  and  the  maximum  variation, 

Although  the  optical  pyrometer  is  essential  for  the  measurement  of 
temperatures  above  1500°  C,  its  usefulness  is  by  no  means  confined  to 
the  high-temperature  range.  To  many  processes  at  low  temperatures, 
the  thermocouple-  cannot  be  adapted,  for  example,  to  measure  the  tem- 
perature of  ateel  rails  as  they  pass  through  the  rolls,  of  ingots  and  forg- 
ingg  in  the  open,  and  of  small  eoiirces  such  as  a  heated  wire  or  lamp  fila- 
ment. In  such  cases,  the  temperatures  may  be  accurately  measured  by 
the  optical  pyrometer.  The  temperature  of  a  microscopic  sample  of 
any  material  can  be  measured  by  a  modified  form  of  the  Leeds  &  North- 
rup  pyrometer.'  Also,  in  many  processes  a  thermocouple  is  not  so 
convenient  as  an  optical  pyrometer,  especially  when  measurements  of 
temperature  are  not  required  often  enough  to  warrant  a  permanent  in- 
stallation of  thermocouples. 

One  serious  objection  to  the  optical  pyrometer,  from  the  industrial 
point  of  view,  is  the  fact  that  it  has  not  been  made  automatically  record- 
it^.  Since  a  photometric  match  is  required  for  every  setting,  the  instru- 
ment necessitates  the  attention  of  an  observer,  although  possibly  a 
satisfactory  automatic  device  will  be  developed  eventually.  Another 
objection  Is  the  introduction  of  the  human  element  into  the  readings,  thus 
a£Fording  an  opportunity  for  dishonest  or  prejudiced  settings.  The 
observer,  if  he  is  the  operator  of  the  furnace,  should  be  taught  that  the 
instrument  is  for  his  own  assistance  and  is  not  to  be  considered  as  a 
policial  measure.  Otherwise,  the  measurement  should  be  made  by  a 
disinterested  party.  In  a  plant .  operating  several  furnaces,  an  intelli- 
gent boy  can  be  profitably  employed  whose  sole  work  is  to  make  the 
rounds  of  the  various  furnaces  and  measure  and  record  the  temperatures. 

BlacJc-body  and'  Non-blach-body  Conditions 

Optical  pyrometers  are  usually  calibrated  to  read  correctly  when 
sighted  on  a  black  body.  Many  furnaces  approximate  black-body  con- 
ditions quite  satisfactorily.    In  a  perfect  black  body,  the  details  of  the 


1  Gm.  EUc.  Ren.  (Sept.,  1917)  20^  763. 

*  Burgeaa:  D.  S.  Bureau  of  StandardB  Sei.  Paper  1 
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inside  of  the  furnace  vanish  and  a  piece  of  steel,  for  example,  which  is 
being  heated  cannot  be  distinguished  from  the  backgromid.  If  the 
objects  in  the  furnace  can  be  distinguished,  but  only  on  close  observation, 
and  if  much  of  the  detail  is  lost,  a^ter  the  objects  have  bpen  in  the  furnace 
aome  iime,  it  is  not  likely  that  the  temperature  measurement  will  be  seri- 
ously in  error.  If  in  error  at  all,  the  observed  temperature  will  be  too 
high  when  the  furnace  walls  are  brighter  than  the  material  being  heat 
treated,  and  too  low  when  the  walls  are  less  bright.  This  latter  condition 
is  possible  if  the  heat  supply  is  variable,  or  if  it  is  shut  o£f  and  the 
furnace  is  allowed  to  cool. 

That  a  steel  ingot  placed  in  a  heated  furnace  may  appear  much  hotter 
than  it  really  is,  is  a  fact  not  always  appreciated.  The  surface  of  the 
ingot  appears  hot  because  it  reflects  the  bright  light  from  the  walls  of 
the  furnace.  Of  course,  in  comparison  with  the  much  greater  bright- 
ness of  the  walls,  the  cold  ingot  appears  black,  but  this  is  due  to  the  in- 
tense contrast.  If  the  ingot  is  viewed  alone  while  the  direct  radiation 
from  the  furnace  is  screened  from  the  eye,  it  also  is  bright.  Thus,  when 
an  optical  pyrometer  is  sighted  on  an  ingot  in  the  furnace,  part  of  the 
light  reaching  the  instrument  comes  from  the  side  walls  and  is  reflected 
by  the  surface  of  the  ingot.  Iron  oxide  reflects  about  the  least  li^t  of 
all  materials  met  with  in  metallur^cal  practice.  Its  emissivity  is  approxi- 
mately 0.95;  hence  its  reflection  coefficient  is  0.05.  Suppose  an  iron 
ingot  at  room  temperature  were  suddenly  placed  in  a  furnace  at  1200°  C. 
Although  the  surface  of  the  ingot  is  cold,  it  reflects  5  per  cent,  of  the  light 
falling  upon  it  from  the  hot  side  walls ;  this  5  per  cent,  of  reflected  radia- 
tion gives  the  ingot  the  appearance  of  an  object  at  950°  C,  and  measure- 
ment by  the  optical  pyrometer  accordingly  would  be  950°  C.  Thegreater 
the  reflecting  power  of  the  material  the  higher  is  the  observed  temperature 
under  the  above  conditions.  Thus,  cold  platinum  would  appear  to  be  at 
about  1160°,  or  at  almost  the  same  temperature  as  that  of  the  furnace. 
One  method  for  reducing  the  error  due  to  reflected  radiation  is  to  view 
the  object  through  a  large  open  door,  sighting  on  a  surface  parallel  to  the 
opening.  When  the  material  has  attained  the  temperature  of  the  side 
walls,  it  is  of  course  not  desirable  to  open  a  large  door  since  the  opening 
would  then  affect  the  black-body  conditions.  The  pyrometer  should 
be  sighted  through  a  small  peep  bole  as  soon  as  approximate  temperature 
uniformity  is  obtained.  A  more  satisfactory  method  for  reducing  the 
stray  reflections  than  by  opening  a  large  door  is  to  sight  into  a  deep  wedge- 
shaped  cavity  or  hole  made  in  the  metal  being  heat  treated.  If  this 
cavity  is  deep  enough,  very  little  radiation  from  the  furnace  walls 
can  be  reflected  from  it.  If  such  a  hole  cannot  be  made  conveniently,  a 
length  of  iron  pipe  closed  at  one  end,  or  a  porcelain  tube,  may  be  placed 
on  the  material  and  bo  aligned  that  the  pyrometer  may  be  sighted  through 
a  peep  hole  directly  into  the  bottom  of  the  tube. 
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The  effect  of  reflected  light  is  very  noticeable  in  an  empty  coke  oven, 
the  reflection  coefficient  of  the  brick  walls  being  comparatively  high. 
The  walla  may  therefore  appear  equally  bright,  even  though  they  differ 
considerably  in.  temperature.  Frequently  a  patch  of  the  wall  on  one 
side  becomes  coated  with  a  layer  of  coke.  Since  the  coke  has  a  higher 
emissive  power  than  brick,  this  patch  appears  much  hotter;  actually 
it  is  about  the  same  temperature  as  the  surrounding  wall.  On  account 
of  reflection,  a  corresponding  bright  patch  appears  on  the  opposite  wall, 
although  this  wall  may  be  free  from  coke. 

Table  2, —  True   TemperahiTes   and  Apparent   Temperatures   Measured 

by  Optical  Pyrom^ers  Using  Red  Light  (X  =  O.GSft)  when 

Sighted  upon  Variotis  Materials  in  the  Open 


OhHrred 
T«np. 

Tnw  Tmiptmyixt,  Dttroet  C. 

D^ 

SS 

Moit«n' 

lion 

Solid 

Solid 

Niohrom. 

"£tf 

700 

700 

701     1        702 

750 

800 

801 

802 

804 

861 

900 

902 

904 

906 

973 

«50 

1088 

963 

966 

958 

1030 

1000 

1160 

1004 

1007 

1010 

1087 

1050 

1213 

1066 

1068 

1063 

1144 

1100 

1277 

1183 

1106 

1110 

1116 

1202 

1150 

1341 

123fl 

1168 

1162 

1170 

1260 

1200 

1405 

129S 

1210 

121S 

1224 

1320 

1260 

1470 

1353 

1267 

1376 

1300 

1630 

1410 

1320 

1436 

1400 

1826 

1466 

16S5 

1600 

IWl 

1665 

1676 

1600 

1768 

1670 

1700 

1876 

1780 

1760 

1935 

1830 

*  Computed  for  E\    =  0.40,  thia  being  the  beet  v&lue  for  ordio&ry  steel  practice.    ' 
t  Computed  for  Ex    =  0.66,  an  Kvera^e  value  for  liquid  slaga. 

When  an  optical  pyrometer  is  sighted  on  a  glowing  material  in  the 
open,  it  reads  too  low.  Certain  materials,  important  industrially, 
have  a  high  emissivity,  so  that  the  corrections  necessary  to  add  to  the 
observed  temperatures  are  small;  for  example,  for  iron  oxide  the  correc- 
tion is  only  10°  at  1200°  C.  The  corrections  are  very  large  for  clear 
molten  metals,  but  are  smaller  for  the  oxides  which  soon  form  on  the 
molten  surface  when  exposed  to  the  air.  Table  2  shows  the  true  tempera- 
tures corresponding  to  the  temperatures  observed  when  sighting  on 
certain  materials  in  the  open.  For  temperature  control  it  is  unnecessary 
to  apply  these  corrections;  the  observed  temperatures  will  be  low  by 
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the  BSjae  amount  from  time  to  time,  and  hence  will  serve  just  as  satis- 
factorily  as  the  corrected  temperatures  for  reproducing  temperature 
conditions  in  any  process.  This  statement  must  be  modified  if  factors 
other  than  emissivity  of  the^material  require  consLderation.  For  exam- 
ple, reproducible  results  cannot  be  expected  if  heavy  clouds  of  smoke  are 
ia  the  line  of  sight  one  day  and  not  on  the  next  day.  If  the  pyrometer 
is  sighted  on  a  stream  of  molten  iron  during  pouring  or  tapping,  the  sur- 
face of  the  metal  is  usually  free  from  oxide.  If  the  stream  should  at 
any  time  contain  much  slag,  the  surface  will  show  bright  patches  od 
account  of  the  higher  emissivity  of  the  slag.  To  make  the  readings 
conform  with  those  taken  on  the  clear  stream,  one  must  sight  on  the 
darker  spaces  between  the  slag  patches  or  sight  also  upon  the  slag  and 
correct  both  sets  of  data  according  to  Table  2. 

The  above  table  was  computed  from  the  following  equation,  where 

tf  is  the  true  absolute  temperature,  S  the  observed  absolute  temperature, 

and  Ex  the  emissivity  for  the  wave  length  X.    This  wave  length  has  been 

selected  as  X  =  0.65ji,  the  approximate  value  for  optical  pyrometers. 

I  _  ^  ^  )k  log  Ex  _  log  Ex 

d      S      ~  6232  9588 

Table  3  gives  the  emissivity  of  various  materials  for  the  above  wave 
length.    The  change  of  emissivity  with  temperature  is  usually  small  for 
metals. 
Table  3. — Monochromatic  Emissivity  for  Red  lAghl  (X  =  a&ou/ 0.65iu} 


ffilver 0.07 

Gold,8olid -'o.l3 

Oold,  liquid 0.22 


Platinum,  solid 0 .  33 

Platinum,  liquid ,  0 .  38 

Palladium,  solid 0 .  33 

Palladium,  liquid 0 .  37 

Copper,  solid 0.11 

Copper,  liquid 0.15 

Tantalum,  1100°  C |0.60 

Tantalum,  2600°  0 0.48 

TuDgsten,  1000°  C io.46 

Tungsten,  2000°  C :0.43 

Tungsten,  3000°  C |0.41 

Nichrome,  600°  C 0 .  96 

Nichrome,  900°  C 0.90 

Nichrome,  1200°  C i  0.80 


1        0  70 

Ironoiride,    800°  C 

Iron  oxide,  1000°  C 

Ironojdde,  1200°  C 

Nickel  oxide,    800°  0 

Nickel  oxide,  1300°  C 

0.98 
0.95 
0,92 
0.96 
0.85 

Nickel,  solid  and  Uquid 

0.36 

□raphite  powder  (estimated).. 

J        0,95 
0  85 

Porcelain  (?  ?) 

.  0.25  to  0.50 

Goo<^lc 


PAUL   D.    POOTB    AND   C. 


339 


Table  4  shows  the  corrections  which  muat  be  added  to  the  readings 
obtained  with  an  optical  pyrometer  using  light  of  wave  length  X  =  0.65^, 
for  various  emiesivities,  in  order  to  obtain  the  true  temperatures-  These 
data  are  especially  useful  when  carefully  plotted  with  observed  tempera* 
tures  as  abscissae  and  corrections  as  ordinatq^.  A  family  of  curves  is 
thus  obtained  corresponding  to  the  different  values  of  the  enussivity. 

Table  4. — Comectiora  to  Observed  Temperatures  for  Pyrometer 
Using  Red  Light  (X  =  0.65m;  c,  =  14,350) 
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Temperature  of  Glomng  Gauze 

An  interesting  application  of  the  optical  pyrometer  is  for  the  measure- 
ment of  the  temperature  of  gauze  electrically  or  otherwise  heated.  In 
certain  chemical  processes,  platinum  gauze  electrically  heated  is  used  as 
a  catalyzing  agent,  and  must  be  maintained  at  a  constant  f«mperature. 
This  is  readily  done  by  sighting  normally  on  the  surface  of  the  gauze 
with  an  optical  pyrometer.  The  observed  temperatures  may  be  thus 
exactly  reproduced  from  day  to  day.  If  it  is  required  to  convert  the 
observed  temperatures  into  exact  true  temperatures  of  the  wire  forming 
the  gauze  the  problem  is  difficult.  An  approximate  solution  satisfactory 
for  all  industrial  work  is,  however>  easily  obtained. 

We  will  assume  that  the  mesh  of  the  gauze  is  sufficiently  coarse  so  that 
multiple  reflection  between  the  separate  wires  is  negUgible.  Let  Ai 
be  the  fractional  part  of  the  total  area  of  the  gauze  comprised  by  the 
wire,  and  At  be  the  fractional  part  of  the  total  area  representing  the  space 
between  the  wires.  Let  E^,  be  the  emissivity  of  the  metal  employed,  and 
E\  be  the  effective  emissivity  of  the  gauze  as  a  whole,  that  is,  taking  into 
consideration  the  spaces  between  the  wires,  which,  of  course,  are  not 
radiating  surfaces.     The  following  equations  are  readily  apparent. 


1 


Ex  =  -li^n  aince  Ai-k-  At 


1 


1 


log-Algy 
9588 
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where  &  is  the  true  absolute  temperature  of  the  wire  of  the  gauze,  andiS 
is  the  absolute  temperature  observed  with  an  optical  pyrometer  sighted 
normal  to  the  surface. 

A  platiDum  gauze  commonly  employed  is  SO-meah  (80  wires  to  the 
inch)  of  O.OOS-in.  (0.07  msti.)  wire;  for  this  gauze,  A,  =  0.42.  The  ema- 
sivity  of  bright  clean  platinum  is  0.33.  The  platinum  of  this  gauze  soon 
becomes  somewhat  corroded;  possibly  an  emissivity  of  0.4  is  more  nearly 
the  correct  value  under  these  conditions.  Hence  the  effective  emissivity 
of  the  gauze  iBA,Ex  =  (0.42)  X  (0.4)  =  0.17, 

Usually  the  gauze  must  be  viewed  through  a  glaas  window.  A  thin 
glass  window  (see  below)  transmits  about  90  per  cent,  of  the  light  falliog 
upon  it.  Hence  the  final  effective  emissivity,  using  a  glass  window,  is 
E\  =  (0.17)  X  (0.90)  =  0.15. 

Table  5  was  computed  by  the  formula  1/tf  -  1/5  =  log  O.lS/9588. 
A  similar  table  for  other  gauzes  may  be  computed  in  the  manner  outlined. 

Table  5.~Platimim  Gauze,  80-meak,  0.003-tn.  Wire. 

(Temperatures  ObBerved  Through  One  Window  by  Optical  Pyrometer  Sighted 

Normal  t«  Surface  of  Gauze,  and  True  Temperature  of  Gauxe} 


Ob.^^T.„p..         T™^T.»p.. 

OtMarved  Temp.. 
D^.G. 

Tnifl  Tmbp- 
D«,.C. 

600                     675 
650  •      !            730 
700                      790 
760                     860 
800                     910 

850 
900 
050 
1000 
1060 

975 
1035 
1006 
1160 
1220 

Obaervations  through  a  Window 

It  is  frequently  necessary,  especially  in  the  laboratory,  to  sight  an 
optical  pyrometer  into  a  furnace  through  a  window,  aecessitatiog  a 
correction  to  the  observed  temperatures.  Eanolt  has  measured  the 
transmission  coefficient  for  a  number  of  ordinary  ^lass  windows  at  X= 
0.65  ;*,  and  obtained  a  mean  value  of  0.904.  Hence  we  have 
l_l_/off0.9(M__^^^ 
&       S-     9588      -      0-W0U04e 

where  d  is  the  true  absolute  temperature  of  the  source  and  S  is  the  ob- 
served absolute  temperature.  Table  6  is  computed  from  the  above 
formula. 

Flamee  arid  Smoke 

The  optical  pyrometer  cannot  be  used  satisfactorily  when  sighted 
through  flames  or  smoke.    Usually  the  presence  of  dense  flames  increases 


D.qit.zeaOvGoOt^lc 


PACTL  D.    FOOTE   AND    C.    O.    PAIRCHILD  341 

tbe  temperature  reading,  and  the  presence  of  smoke  clouds  absorbs  so 
much  radiation  that  the  pyrometer  may  read  several  hundred  degrees  too 
lov.  The  optical  pyrometer  can  be  used  to  measure  the  temperature  of 
tbe  slag  in  an  open-hearth  furnace  but  the  fiames  proveaserious  hindrance 
except  during  reversals,  when  observations  may  be  taken  to  advantage. 
In  a  cement  kiln  the  dust,  smoke,  and  fiames  all  combine  to  make  the 
observations  very  untrustworthy.  Carbon  dioxide,  water  vapor,  and 
other  invisible  gases  produce  no  effect. 

Table  6. — Corredion  to  Observed  Temperatures  for  Absorption 
of  Light  by  a  Single  Clean  Windoto 
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Method  of  Sighting  into  a  Closed  Tube 

In  many  processes  where  smoke  cannot  be  ehminated,  or  where  black- 
body  conditions  are  not  satisfactory,  a  porcelain  or  other  refractory  tube 
with  a  closed  end  is  inserted  into  the  furnace.  The  pyrometer  is  sighted 
into  tliis  tube  which,  if  fairly  uniformly  heated  over  a  sufficient  area, 
affords  an  excellent  black  body.  This  method  has  been  employed  also 
for  obtaining  the  true  temperature  of  molten  metals,  but  suitable  refrac- 
tory tubes  for  many  molten  metals  have  yet  to  be  developed. 

Radiation  Ptrgmetby 

An  optical  pyrometer  measures  the  intensity  of  a  narrow  spectral 
band  of  radiation  emitted  by  a  glowing  object;  the  radiation  pyrometer 
measures  the  intensity  of  all  wave  lengths,  the  light  rays  and  the  heat  rays 
combined.  Usually  the  energy  radiated  by  the  source  is  focused  in  some 
manner  upon  the  hot  junction  of  a  small  thermocouple.  The  temperature 
to  which  this  junction  rises  is  approximately  proportional  to  the  rate  at 
which  energy  falls  upon  it,  which  in  turn,  by  the  Stefan-Boltzmann  law, 
is  proportional  to  the  fourth  power  of  the  absolute  temperature  of  the 
source.  The  rise  in  temperature  of  the  hot  junction  of  the  couple  gener- 
ates a  thermoelectric  force;  hence  the  cahbration  of  a  radiation  pyrometer 
consists  in  determining  tbe  relation  between  the  e.  m.  f.  developed  and  the 
temperature  of  the  source  sighted  upon.  This  relation  follows  the  law 
e  =  otf*  where  i?  is  the  absolute  temperature  of  source, « is  the  e._m.  f. 
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developed  by  the  instrument,  and  a  and  b  are  empirical  constants  determi- 
nable by  two  standardization  points.  The  e.  m.  f .  may  be  measured  by  a 
potentiometer  or  galvanometer,  or  by  any  of  the  methods  applied  to 
thermoelectric  pyrometry.  The  galvanometer  should  have  as  high  a 
resistance  as  is  consistent  with  the  requirement  of  robustness.  The  same 
type  of  instrument  is  used  with  the  radiation  pyrometer  as  with  the  ordi- 
nary thermocouple.  The  temperature  of  the  cold  junction  of  the  couple 
in  the  radiation  pyrometer  is  not  controlled;  the  hot  and  the  cold  junc- 
tion are  in  fairly  close  pronmity  and  hence  are  equally  affected  by  chaises 
in  room  temperature.  The  cold  junction  is  always  shaded  from  the  heat 
radiated  by  the  source  sighted  upon. 

Thvnng  Radiation  Pyrometer 

Fig.  8  illustrates  .the  principle  of  the  pyrometer  made  by  the  Thwing 
Instrument  Co.  Radiation  from  the  furnace  enters  the  diaphragm  A 
and  falls  upon  the  hoUow  conical  mirror  K.  The  hot  junction  C  of 
a  minute  thermocouple  is  located  at  the  apex  of  the  cone,  and  the  cold 


Fig.  8. — Receiving  system  of  Th«ing  ramatioh  pykowbtbb. 

junctions  are  at  D  and  D'.  By  multiple  reflection  along  the  sides  of  the 
conical  mirror  the  radiation  is  finally  concentrated  upon  the  hot  jimction 
of  the  couple.  The  e.  m.  f.  is  measured  by  a  galvanometer  graduated  to 
read  temperature  directly.  Fig.  9  shows  the  method  of  using  this  instru- 
ment for  measuring  the  temperature  of  a  large  furnace.  Except  for  inci- 
dental errors,  which  will  be  considered  later,  the  reading  of  the  instrument 
is  independent  of  the  sighting  distance,  provided  the  diameter  of  the 
source  is  sufficient  to  fill  the  cone  of  rays  defined  by  the  geometrical 
design  of  the  receiving  tube;  this  is  shown  in  Fig.  10.  The  amount  of 
radiation  falling  upon  an  element  D  of  the  conical  mirror  is  proportions) 
to  the  solid  angle  HDA',  which  is  independent  of  the  distance  from  the 
point  D  to  the  soiu^e;  this  is  true  of  every  point  on  the  base  of  the  cone 
DD'.  Hence,  the  total  energy  entering  the  cone  is  independent  of  the  dis- 
tance from  the  pyrometer  to  the  source,  provided  the  source  is  of  suffi- 
cient size.  The  minimum  size  of  source  for  any  distance  is  determined  by 
the  lines  A"D'  and  A'D.  Thus,  for  the  distance  BA  the  diameter  of 
the  source  must  be  at  least  A'A",  and  for  the  distance  BP  the  diameter  of 
the  source  must  be  at  least  P'P."    The  Thwing  instrument  is  eo  con- 
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stnicted  that  the  source  must  have  a  diameter  at  least  one-eighth  of  the 
distance  from  the  source  to  the  receiviDg  tube;  thus,  at  8  ft.  (2.4  m,)  from 
a  furnace  the  opening  into  the  furnace  must  be  1  ft.  (0.3  m.)  in  diameter. 


Fio.  9. — Obseevisq 


PYROUETEB. 


For  permanent  installations,  the  tube  is  ventilated  and  has  several 
extra  diaphragms  to  prevent  local  heating  of  the  instrument  and  re- 


RADIATION    FYROMETBR, 


radiation  to  the  couple.  Fig.  11  shows  a  permanently  installed  Thwing 
radiation  pyrometer  sighted  into  the  bottom  of  a  closed  metal  tube  which 
projects  into  the  furnace. 
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Foster  Radiation  Pyrometer 

Fig.  12  illustrates  the  principle  of  the  Fosterradiation  pyrometer,  made 
by  the  Taylor  Infltrmnent  Companies.  The  thermocouple  b  and  a  front 
diaphragm  B  are  located  at  the  conjugate  foci  of  a,  concave  mirror  DD'. 
As  in  the  case  of  the  Tbwing  pyrometer,  the  source  must  be  large  enough 
to  fill  the  cone  of  rays  defined  by  the  angle  a,  or  the  hnes  A'CA".  The 
position  of  the  point  C  is  marked  by  a  wing  nut  on  the  telescope  tube. 


PiQ.  11. — Thwino  radiation  pyrometer  for  fixed 


ON  rnRNACR 


The  angle  a  is  made  such  that  the  diameter  of  the  source  sighted  upon 
must  be  at  least  one-tenth  the  distance  from  the  source  to  tbe  wing  nut. 
The  Brown  Instrument  Co.  makes  a  radiation  pyrometer  similar  in 
principle  to  the  Foster  pyrometer,  but  its  receiving  tube  is  collapsible  for 
convenience  in  carrying. 


Pio.  12. — Mirror 


FIXBD-TOCUa  RADIATION  PTROUBTER. 


Fery  Radiation  Pyrometer 

Fig.  13  is  a  cross-section  of  the  Fery  pyrometer,  made  by  the  Taylor 
Instrument  Companies.  Radiation  from  the  source  sighted  upon  is  con- 
centrated by  the  concave  mirror  of  speculum  metal  or  gold,  upon  the  hot 
junction  of  a  minute  thermocouple.     Unlike  other  types  of  radiation 
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pyrometer,  this  inBtnimeDt  requires  focusing  for  each  sighting  distance, 
this  being  accomplished  by  an  ingenious  device  due  to  Fery.  Two 
temicircular  mirrors  (a).  Fig.  14,  inclined  to  one  another  at  an  angle  of 


FlO.  IS-^P^BT  RADIATION  I^ROUBTER. 


5°  to  10°,  are  mounted  in  the  thermocouple  box,  an  opening  of  about  1.5 
mm.  at  the  center  of  the  mirrors  forming  the  limiting  diaphragm  imme- 
diately in  front  of  the  couple.  The  observer  views,  by  means  of  the  tele- 
scope 2), the  image  of  the  fumaceformed  by  the  large  concave  narroT MM' 


(d) 

Fia.  14. — Optical  system  c 


(S)  («) 


0 


// 


PTROHETEB. 


and  reflected  by  the  inclined  mirrors  xx'  and  yy' through  a  bole  in  the  large 
mirror.  If  the  image  is  not  correctly  focused  at  0,  the  intersection  of 
the  two  small  mirrors,  the  image  appears  broken  in  half,  as  shown  by 


Goo»^lc 


346 


OPTICAL  AKD  BADIATION  PTROBIETRT 


(b).  Correct  focus  is  obtained  when  the  two  halves  of  the  image  are  in 
alignment  (c).  This  breaking  of  a  line  is  illustrated  oh  a  magnified 
and  distorted  scale  by  (d).  Suppose  that  the  pyrometer  were  incorrectly 
focuaed  upon  a  Une  source,  say  an  arrow,  the  Image  falling  at  position 
AB  instead  of  at  0,  The  image  of  the  arrow  reflected  from  the  miiror 
yy"  lies  at  A"B"  and  that  reflected  from  the  mirror  xx'  at  A'B',  and 
to  the  observer  at  D  the  projections  of  these  images  appear  as  two  distinct 
arrows.  As  the  pyrometer  is  brought  into  the  correct  focus  by  turning 
the  pinion  screw  and  moving  the  large  concave  mirror  in  the  direction 


Fia.  Ifi.— Fbkt  s 


OD,  the  points  P'  and  P"  of  the  reflected  images  move  aloi^  the  lines 
P'O  and  P"0,  coinciding  at  0,  when  the  correct  focus  is  obtained. 

For  the  measurement  of  very  high  temperatures,  usually  above  1500° 
C,  the  cover  to  the  front  of  the  telescope  is  provided  with  a  sectored 
opening  which  may  be  adjusted  to  reduce  the  radiation  falling  upon  the 
receiver  by  any  definite  amount,  and  in  this  manner  the  upper  tempera- 
ture limit  of  the  instrument  may  be  greatly  eartended.  This  adjustment 
is  made  by  the  manufacturer  and  should  not  be  altered;  for  the  lower 
scale  range  the  cover  is  open,  as  showti  in  Fig.  15. 

The  readings  with  a  Fery  pyrometer,  when  properly  focused,  and 
neglecting  secondary  errors  discussed  later,  are  independent  of  the  sight- 
ing distance,  as  is  the  case  with  the  fixed-focus  radiation  pjrrometer.* 


■  For  the  geometrical  demonstration  of  this  fact,  t 
Sci.  Paper  250.  97. 


e  U.  S.  Bureau  of  Standards 
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The  imfige  of  the  source,  as  viewed  through  the  email  telescope,  must 
cover  completely  the  limiting  diaphragm  of  the  thermocouple.  This 
diaphragm  appears  as  a  black  circular  area,  shown  at  the  center  of  the 
field  on  Fig.  14  (b)  and  (c).  An  excellent  rule  is  to  sight  at  such  a  distance 
that  the  area  of  the  image  overlaps  this  hole  and  extends  half-way  to  the 
edge  of  the  focusing  mirrors.  The  Fery  pyrometer  requires  a  smaller 
source  than  the  fixed-focus  instruments.  Table  7  indicates  the  size  of 
source  required  for  various  sighting  distances,  in  accordance  with  the 
above  rule. 


Table  7 

Slghttoj^piiUn... 

o.^.,,. 

— 

Sichll 

n»  Diatanoe, 

Dian 

ctsr  of  SouTM, 

70 
SO 
100 
150 

3.2 
3.7 
4.8 
8.3 

200 
300 
600 

11,2 
16.8 
28.6 

Errora  to  which  Radiation  Pyrometers  are  Stibjecl 

Dust  and  dirt  allowed  to  accumulate  upon  the  concave  reflecting  mir- 
ror may  so  decrease  its  reflection  coefficient  as  to  develop  errora  amount- 
ing to  100°  or  even  200°  C.  Frequently  the  dust  can  be  removed  from 
the  mirror  by  carefully  brushing  with  a  camel's  hair  brush.  The  mirror 
may  be  removed  from  the  instrument  and  washed,  but  this  must  be  done 
with  great  care  to  insure  that  the  delicate  thermocouple  or  its  mount- 
ing is  not  disturbed.  The  safest  practice  is  to  take  all  possible  precau- 
tions to  prevent  dust  from  entering  the  instrument.  Keep  the  case 
closed,  or  the  front  diaphragm  of  the  fixed-focus  instrument  pluf^d  with 
a  cork  when  not  in  use. 

As  shown  above,  radiation  pyrometer  readings  are  theoretically  inde- 
pendent of  the  sighting  distances  or  the  size  of  source,  provided  the  source 
is  larger  than  the  minimum  size  demanded  by  the  geometry  of  the  instru- 
ment. Actually  this  ideal  condition  is  not  always  realized.  Some  stray 
radiation  is  reflected  down  the  walls  of  the  telescope  case,  which  become 
heated  and  re-radiate  to  the  couple;  the  same  is  true  of  the  limiting  dia- 
phr^ms.  For  these  reasons,  a  radiation  pyrometer  tends  to  read  low 
the  greater  the  sighting  distance  or  the  smaller  the  size  of  source.  It  is 
therefore  desirable  to  use  a  radiation  pyrometer  as  nearly  as  possible 
in  the  same  manner  from  day  to  day,  and  to  have  it  specially  calibrated 
for  such  conditions.  In  the  Fery  pyrometer,  both  the  proper  size  of 
source  and  the  correct  focusing  distances  are  secured  by  following  the 
rule  previously  suggested. 
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A^antages  and  Disa^^ntagea  of  Radi(Uion  Pyrometers 
For  temperatures  above  1400°  or  1500°  C,  either  a  radiation  or  an 
optical  pyrometer  must  be  employed.  The  optical  pyrometer  is  capable 
of  higher  accuracy  and  ia  less  susceptible  to  errors  than  the  radiation 
pyrometer.  Smoke  and  dust  affect  the  readings  of  both  instruments, 
but  the  radiation  pyrometer  is  seriously  affected  by  the  presence  of  cooler 
strata  of  carbon  dioxide  and  other  gaseous  combustion  products  in  the 
furnace.  Carbon  dioxide  and  water  vapor  absorb  the  heat  rays,  and.heDce 
the  radiation  pyrometer  will  read  too  low  when  sighted  through  such 
gases.  The  main  advantage  of  the  radiation  pyrometer  is  the  fact  that 
it  can  be  made  automatically  recording.  The  recording  mechanism  is 
the  same  as  that  em{doyed  for  ordinary  thermocouples.  The  radiation 
pyrometer  is  desu*able  for  many  processes  requiring  lower  temperatures, 
where  thermocouples  can  not  be  conveniently  installed.  It  is  also  us^ul 
in  measuring  the  surface  temperature  of  large  ingots. 

Black-body  and  Non-black-body  CondiHona 

Eadiation  pyrometers  are  calibrated  to  read  correctly  when  sighted 
upon  a  black  body.  Most  furnaces  approximate  black-body  conditions 
sufficiently  well,  but  when  sighting  on  materials  in  the  open,  certain 
corrections  must  be  applied  to  the  observed  temperatures.  For  tem- 
perature control  or  reproducibility  the  apparent  temperatures  may  be 


Fig,  16.— Method  fob  dbtbrminino  pbopeb  diauetbr  op  siaHXiNO  tube. 

used  uncorrected  if  desired,  since,  although  known  to  be  low,  they  will 
be  low  by  the  same  amount  from  day  to  day.  In  case  the  tempera* 
ture  of  one  portion  of  an  unequally  heated  furnace  is  required,  or  if 
the  furnace  contains  much  smoke  or  dust,  it  is  frequently  desirable  to 
sight  the  radiation  pyrometer  into  the  bottom  of  a  fire-clay  or  porce- 
lain tube,  as  illustrated  by  Fig.  15.  The  tube  should  be  uniformly 
heated  at  its  end  for  a  length  at  least  three  times  its  diameter.  The  tube 
must  also  be  of  such  diameter  that  the  cone  of  rays  entering  the  tele- 
scope is  not  intercepted  by  the  front  of  the  tube.  In  fig.  16,  suppose  the 
distance  from  the  bottom  of  the  tube  to  the  mirror  of  the  Fery  pyrometer 
is  100  cm.  Referring  to  the  above  table,  the  required  diameter  of  the 
source  is  4.8  cm.  Lay  off  the  distance  b  =  4.8  cm.  and  draw  straight 
lines  from  the  bottom  of  b  to  the  bottom  of  the  mirror  c,  and  from  the 
top  of  b  to  the  top  of  the  mirror.  The  tube  must  have  such  a  diameter 
at  its  front  end  a  that  it  does  not  cut  in  on  the  cone  of  rays  represented  by 
these  two  straight  lines.     This  can  be  determined  only  by  actually  mak- 
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ing  the  above  drawing  to  scale,  or  by  computiag;  it  cannot  be  decided 
by  looldi^  through  the  telescope  of  the  pyrometer,  since  the  front  end  of 
the  tube  would  not  necessarily  appear  even  if  it  did  cut  in  on  the  cone  of 
rays.  In  the  case  of  the  fixed-focus  instnunents,  the  diameter  of  the 
tube  must  be  such  that  the  cone  of  raya  represented  by  the  diameter 
A'A"t  Fig.  12,  cuts  the  tube  in  the  region'wbioh  is  uniformly  heated. 

Table  8  shows  the  true  temperatures  corresponding  to  the  apparent 
temperatures  observed  with  a  radiation  pyrometer  when  sighted  upon 
various  materials  in  the  open.  This  table  must  not  be  confused  with 
Table  2  relating  to  the  optical  pyrometer;  it  will  be  noticed  that  the  cor- 
rections are  entirely  different  for  the  two  types  of  pyrometer. 


Table  8. — Trae  Temperatwea  and  Apparent  TemperabireB  Measured  by 

Radiation  Pyrometers  when  Sighted  Upon  Various  Materials 

in  the  Open 


OtHmdTan- 

True  TsmiMniturt. 

DacrMaC. 

D.^ 

Mollm  Iran 

MolMD  Coppor      CoppM  Oiide 

Iron  Oiida 

Nickel  Olid* 

600 

1130 

720 

630 

710 

660 

1210 

775 

... 

755 

700 

1290 

S30 

736        1 

800 

750 

.... 

890 

846 

800 

1200 

946 

840 

895 

800 

1270 

1000 

940 

flOO 

1340 

'         1060 

946 

985 

960 

1410 

1116 

!        — 

1030 

1000 

1476 

1170 

j         1050 

1075 

1050 

1560 

1120 

1100 

1610 

.... 

1      iiu 

116S 

1150 

1680 

i 

1210 

1200 

1750 

i         '..'.'. 

1260 

1255 

DISCUSSION 

E.  F.  Northrup,*  Trenton,  N.  J. — The  theory  of  the  optical  pyro- 
meter is  so  simple,  I  am  speaking  now  of  the  disappearing-filament  type, 
and  the  instrument  works  so  well  in  the  laboratory  and  is,  comparatively, 
so  inexpensive  that  one  wonders  there  should  be  any  use  of  any  kind  of 
direct  insertion  pyrometers  at  all,  because  all  industrial  temperatures  we 
wish  to  measure  very  accurately  are  high  enough  to  give  off  luminous 
rays.  In  the  field,  however,  there  are  a  few  features  with  which  the 
laboratory  does  not  have  to  contend. 

I  was  visiting  a  copper  works  at  Perth  Amboy  where  the  copper 


*  Pneident,  Pyrolectric  luatrument  Co, 
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was  run  into  the  molds  as  they  were  carried  on  a  belt.  At  one  time  a 
dozen  of  these  molds  were  filled  at  once  when  I  stood  about  15  ft.  &way. 
When  the  copper  ran  in,  its  surface  was  very  bright  and  I  felt  a  certain 
amount  of  radiation  on  my  face.  In  a  moment,  quite  suddenly,  an  oxide 
film  spread  all  over  these  molds  at  the  same  time,  and  those  Btanding 
by  me  said  they  noticed  a  great  increase  in.  the  amount  of  radiation 
striking  the  face,  but  the  surface  of  the  copper  was  very  much  duller. 
Now,  if  there  had  been  set  up  at  that  place,  directed  upon  this  molteD 
surface  of  copper,  a  radiation  pyrometer  and  an  optical  pyrometer,  be- 
fore the  oxide  film  had  formed,  the  radiation  pyrometer  would  have  indi- 
■  cated  a  lower  temperature  than  the  optical  pyrometer.  Immediately 
after  the  film  had  formed,  the  reverae  would  have  been  true.  In 
foundries  and  in  glass  works,  physical  conditions  limit  the  general  use- 
fulness of  the  optical  pyrometer  in  many  cases,  for  which  reason  the 
direct-insertion  pyrometers  are  used  in  large  numbers. 

Doctor  Foote  did  not  mention  the  fact  that  the  radiation  pyrometer, 
which  generates  an  e.m.f.  in  a  thermocouple,  can  be  made  with" suitable 
contrivances  for  recording  the  results.  An  optical  pyrometer,  where  the 
filament  of  a  lamp  is  matched  in  brightness  against  the  brightness  of  the 
background,  affects  only  the  human  eye  and  there  is  no  apparent  means 
of  making  the  optical  pyrometer  record. 

The  Chairman  (G.  K.  Buroess,  Washington,  D.  C.)— Both  the 
radiation  and  the  optical  pyrometer  will  have  higher  readings  when 
sighted  on  the  copper  oxide  at  the  same  temperature  as  the  hquid  copper. 

E.  F.  Northrup. — You  mean  it  will  look  brighter  to  the  optical  pjTO- 
meter  after  the  film  has  formed? 

Chairman  Buroess. — Yes. 

E.  F.  Northrop.-— It  does  not  look  brighter  to  the  eye. 

A.  G.  Worthing,  Nela  Park,  Cleveland,  0. — Doctor  Foote  spoke 
of  the  optical  pyrometer  as  being  a  photometer.  In  the  laboratory, 
at  least,  there  are  dangers  that  may  occur  on  the  assumption  that  that  is 
true.  With  a  photometer,  a  person  naturally  moves  the  sight  box  along 
the  bars  until  be  has  two  illuminations  that  appear  to  be  equal;. in  other 
words,  he  equates  the  illuminations.  In  the  case  of  the  disappeanng- 
filament  pyrometer,  that  is  not  quite  true.  Apparently  the  pyrometer 
filament  is  as  bright  as  the  background  filament,  but  the  equality  is  not 
necessarily  real.  Doctor  Forsythe  and  I  found,  in  some  cases,  by  small 
variations  of  angular  aperture,  that  for  an  apparent  match  we  could  have 
the  pyrometer  filament  as  much  as  l.Q  times  as  bright  as  the  background 
it  was  sighted  upon,  that  is,  1.6  times  as  bright  after  we  had  made  correc- 
tions for  the  glassware  in  between.  In  other  cases  it  might  be  only  nine- 
tenths  as  bright  as  the  background.    If  a  person  uses  the  pyrometer 
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in  the  right  way,  there  is  no  trouble,  but  there  have  been  spphcations 
of  this  pyrometer  in  the  past  iu  which  that  method  has  not  been  employed 
and  erroneous  results  have  been  obtained.  Such  troubles,  of  course, 
are  not  likely  to  appear  in  the  industrial  world;  they  are  more  likely 
to  appear  in  the  laboratory. 

P.  D.  FooTB.— It  is  true  that  the  brightness  of  the  filament  of  the 
pyrometer  lamp  may  be  different  from  that  of  the  background  when 
the  condition  of  a  match  is  obtained.  It  is,  however,  correct  to  call 
the  optical  pyrometer  a  photometer  since,  in  use,  the  brightness  of  the 
source  sighted  upon  is  compared  to  the  brightness  of  the  black  body  used 
in  the  calibration  of  the  pyrometer,  the  lamp  serving  merely  as  a  trans- 
ferring device. 

F.  A.  Harvey,  Syracuse,  N.  Y.-^In  focusing  the  optical  pyrometer,  it 
is  necessary  to  focus  both  the  eyepiece  and  the  objective.  The  usual 
method  is  to  focus  the  eyes  on  infinity  and  adjust  the  eyepiece  until  the 
filament  is  sharply  defined  and  then  the  objective.  In  the  types  with 
which  I  am  familiar  the  pyrometer  must  be  removed  from  the  eye  while 
the  eyepiece  is  focused,  by  screwing  it  in  or  out.  This  makes  the  process 
of  focusing  very  tedious  and  difficult. 

Dr.  Foote  spoke  of  the  unreliability  of  a  platinum  couple  for  high 
temperatures.  When  a  controversy  arises  over  specifications  on  fire- 
brick, if  you  bought  firebricks  under  certain  temperature  specifications, 
the  first  thing  the  firebrick  manufacturer  questions  ia  your  temperature. 
If  that  is  measured  by  an  optical  pyrometer,  it  is  necessary  to  know  the 
skill  and  honesty  of  the  one  who  made  the  test.  But  with  a  recording 
pyrometer,  it  is  possible  to  show  the  records,  which  may  also  show  a 
calibration  of  the  couple.  He  will  seldom  question  these.  We  find 
the  optical  pyrometer  exceedingly  useful  as  a  check  up  but  not  as  an 
operating  instrument. 
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Industrial  Applications  of  Diaappearing-fllament  Optical  Pyrometer 

BT    P.    K.    BABH,*   CH.    E.,    PHILADELPHIA,    PA. 

(ChisKO  Mntini,  S^lflmber.  ISIS) 

A  GREAT  many  industrial  operations  require  the  application  of  heat 
to  carry  on  or  complete  processes,  in  which  cases  the  temperatures  must 
often  be  controlled  within  very  narrow  limits.  For  the  lower  tempera- 
tures, this  control  is  not,  as  a  rule,  difficult  as  a  number  of  types  of  reliaUe 
pyrometers  are  available  for  the  work;  for  example,  the  mercury  and 
resistance  thermometers  and  the  thermocouple.  For  temperatures 
above  a  red  heat,  thermocouples,  platinum  resistance  thermometers,  and 
total  radiation  and  optical  pyrometers  may  be  used,  depending  on 
conditions. 

It  is  often  undesirable,  and  sometimes  impossible,  to  take  temperatures 
of  material  by  immersing  the  pyrometer  in  it  or  by  placing  the  tempera- 
ture-measunng  device  in  a  position  in  which  it  will  attain  the  tempera- 
ture of  the  material.  The  pyrometer  may  contaminate  the  product;  the 
temperature  may  be  so  high  that  the  pyrometer  will  not  hold  ita  calibra- 
tion, due  to  ineffectual  protection  and  consequent  contamination;  the 
object  may  be  inaccessible,  as  a  lamp  filament,  etc.  In  such  cases,  a  total 
radiation  or  optical  pyrometer  must  be  used. 

The  disappearing-filament,  or  Morse,  type  of  optical  pyrometer  works 
on  the  following  principle:  An  objective  lens,  F^g.  1,  focuses  the  image 
of  the  object  whose  temperature  is  desired  in  the  plane  of  the  lamp  filament 
at  F,  which  is  at  the  principal  focus  of  the  ocular  lens  shown  in  the  eye- 
piece. By  this  arrangement  the  eye  will  not  have  to  accommodate  itself 
first  to  the  lamp  filament  and  then  to  the  object  at  a  distance,  and  the 
lamp  filament  will  appear  superposed  on  the  object.  To  balance  the  in- 
strument, the  current  is  adjusted  by  means  of  a  rheostat  until  the  tip 
of  the  lamp  filament  just  disappears  against  the  object  as  a  background. 
Figs.  2,  3,  and  4  show  the  appearance  of  the  filament  when  too  cold, 
too  bright,  and  just  balanced. 

To  find  the  temperature  of  the  incandescent  body,  the  current  through 
the  lamp  is  read  from  the  ammeter  and  reference  made  to  a  calibration 
sheet  on  which  are  tabulated  values  of  temperature  corresponding  to 
different  currents. 

The  calibration  of  an  optical  pyrometer  is  for  "black-body"  tempera- 
tures. A  black  body  is  a  perfect  radiator,  or  a  body  that  absorbs  all 
radiation  which  falls  Jipon  it,  reflects  none,  and  transmits  none  away. 
*  Research  Engineer,  Leeds  &■  Nortbrup  Co. 
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Any  material  that  is  not  a  black-body  radiator  gives  off  less  radiation 
than  a  perfect  radiator  and,  if  it  is  incandescent,  appears  colder  and  less 
bright  than  a  black  body  at  the  same  temperature.  For  this  reason 
corrections  have  to  be  made  to  optical  pyrometer  readings  on  selectively 
radiating  bodies  that  depend  on  their  "  emissivity, "  or  the  amount  of 
light  they  emit.    If  the  emissivity  is  known,  the  following  formula  de- 


Fia.  1. 

rived  from  Wien's  Law  may  be  used  to  find  the  relation  between  apparent 
temperature  and  true  temperature. 

LogE-  -y      (j.,      f.) 
In  which  E   =   emissivity; 

X  =  wave  length  of  light  used; 
C,  -  14,500; 

e  =  base  of  Napierien  logarithms; 
7*1  =  apparent  temperature  of  body; 
Ti  =  true  temperature  of  body. 
If  the  emissivity  is  not  known,  it  can  be  found  by  this  relation,  if 
the  true  and  apparent  temperatures  are  detennined,  by  various  methods 
that  have  been  discussed  in  publications  of  the  Bureau  of  Standards'  and 
elsewhere. 


and  Waltenberg:  U.  S.  Bureau  of  Standards  Sn.  Paper  242. 
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Black-body  conditions  are  cloaely  approximated  in  furnacefi  and  uni- 
formly heated  enclosures  and  by  a  number  of  commonly  used  materials, 
so  that  small  errors,  if  any,  are  encountered  for  the  majority  of  indus- 
trial conditions.  However,  for  molten  metals  and  material  with  reflect- 
ing surfaces,  certain  corrections  must  be  made  or  black-body  conditionB 
secured  by  some  means  or  other  if  the  true  temperature  is  desired.  Often 
all  that  is  required  is  to  be  able  to  repeat  a  certain  temperature  under 
the  same  cocditioDS.*    In  such  cases,  the  "apparent"  temperature  suffices 


Fio.  2.— Filament  when  too  c 


without  its  being  necessary  to  determine  the  true  temperature.  It  is 
generally  desirable,  however,  to  know  the  true  temperature  in  order 
to  be  able  to  compare  with  other  operations. 

One  precaution  that  must  be  observed  in  making  optical  pyrometer 
readings  is  that  the  instrument  must  not  be  sighted  through  any  con- 
siderable amount  of  smoke  or  flame,  particularly  smoke,  flame  in- 
creases the  reading  but  is  not  generally  serious  for  light  flames;  snaoke 
decreases  the  reading.  Smoke  absorbs  the  light  from  the  object  aod 
has  a  large  efTect  on  the  readings.    It  is  generally  possible,  however,  to 
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sight  under  the  smoke  and  flame  or  to  get  rid  of  them  while  the  readiDg 
is  being  made. 

To  secure  black-body  conditions,  a  number  of  methods  may  be  used. 
If  the  material  is  not  reflecting  and  is  in  a  uniformly  heated  furnace,  the 
pjrrometer  may  be  sighted  directly  on  it  and  true  temperatures  will  be 
read.  If  the  material  has  cracks  or  holes  in  it,  true  temperatures  will 
be  obtained  by  sighting  into  them  as  the  radiation  from  them  closely 
approximates  that  of  a  perfect  radiator.  If  the  temperature  of  a  gas  is 
desired,  a  closed-end  tube  may  be  placed  so  that  the  gas  will  heat  the  end 
and  its  temperature  can  be  ascertained  by  sighting  down  the  tube  at  the 
end.  Another  method  is  to  hang  a  metal  tai^et  in  the  gas  and  sight  on 
that.  The  temperature  of  molteq  metal  can  also  be  taken  by  pushing 
a  closed-end  tube  into  it. 

Application  of  Optical  Pyrometer  to  Steel  Industry 
It  has  been  determined  that  oxide  of  iron  is  approximately  a  black 
body  and  that  the  difference  between  true  and  apparent  temperatures 
for  an  optical  pyrometer  using  red  light  is  only  a  few  degrees,  so  that  no 
correction  is  made  when  sighting  on  an  iron  billet  either  in  a  furnace  or 
outside.  This  is  a  fortunate  circumstance  as  no  precautions  need  be 
observed  to  procure  black-body  conditions.  The  main  difficulty  is  that 
the  scale  on  an  iron  billet  is  generally  loose  and  does  not  adhere  closely 
to  the  piece.  This  means  that  the  scale  will  be  much  colder  than  the 
billet,  but  if  a  little  judgment  is  used  when  readings  are  made  and  the 
obeervations  are  made  on  the  bright  spots  or  the  loose  scale  is  knocked 
off  where  it  is  desired  to  read,  no  difficulty  will  be  encountered  from  this 
source.  If  a  piece  has  an  angle  or  hole  or  crack  in  it,  the  reading  can  be 
made  at  those  points. 

One  of  the  advantages  of  the  disappearii^-filament  type  optical 
pyrometer  is  that  the  object  can  actually  be  seen  through  the  telescope 
and  it  is  an  easy  matter  to  select  any  portion  or  particular  spot,  no  matter 
how  small,  and  balance  on  that.  This  is  particularly  desirable  in  the  case 
of  hot  steel  that  is  being  worked.  It  has  a  mottled  appearance  due  to 
the  loose  scale  on  it  so  that  any  instrument  which  has  to  focus  on  a  com- 
paratively large  field  will  give  a  temperature  that  depends  on  the  average 
brightness  of  that  portion  of  the  billet. 

MoJten  Steel  and  Slag. — In  the  case  of  molten  steel  or  slag,  we  have 
conditions  that  are  not  black-body  and  corrections  must  be  made  to 
optical  pyrometer  readings.  In  the  open-hearth  furnace,  according 
to  Bun^ess,  temperatures  can  be  taken  of  the  walls  and  roof  and  sl^ 
surface  without  making  any  correction  for  emiasivity.*  It  is  question- 
able, however,  how  close  the  temperature  of  the  slag  surface  is  to  the 

*  Temperature  Measurements  in  Bessemer  and  Opea-hearth  Practice.    U.  S.  Bureau 

of  StandardB  Tech.  Paper  91. 
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steel  temperature;  as  a  matter  of  fact,  quite  large  differences  are  often 
noted  when  tapping.  Sometimes  the  steel  is  hotter  and  sometimes  colder 
than  the  slag,  depending  on  furnace  conditions. 

Tapping  temperatures  can  be  taken  very  readily  by  sighting  on  the 
steel  or  slag  stream  and  applying  the  corrections  as  worked  out  by 
Burgess.  These  corrections  are  for  an  emissivity  of  0.40  for  steel  and 
an  average  emissivity  of  0.65  for  slag.  Curves  showing  the  relation 
between  true  and  apparent  temperaturee  for  steel  and  slag  are  shown  in 
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Fio.  5. — EiiiasrviTT  cobrectionb  for  ^teel  a 

Curve  1— Steel.    Curve  2— Slag. 


Fig.  5.  When  taking  tapping  temperatures,  the  observer  should  stand 
on  the  windward  side  of  the  stream,  if  possible,  and  thus  avoid  smoke. 
Readings  can  be  made  on  the  sl^  or  steel  stream  with  ease  and,  when 
corrected,  very  consistent  results  will  be  noted. 

Teeming  temperatures  can  also  be  taken  very  readily  by  sighting  on 
the  metal  stream  from  the  ladle  and  thus  obtaining  the  temperature  at 
which  each  ingot  is  teemed.    The  temperature  of  the  metal  rising  in 
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bottom-poured  molds  can  alao  be  taken  if  tbere  is  no  amoke  to  interfere. 

Stream  temperatures  of  molten  cast  iron  and  pig  iron  have  also  been 
taken  successfully,  the  emissivity  of  0.40  being  used,  although  this  value 
has  not  been  satisfactorily  checked.  It  serves,  however,  to  get  com- 
parable results  and  is  probably  very  close  to  the  actual  emiseivity. 

To  take  temperatures  in  the  blast  furnace  is  a  difficult,  although  not 
impossible,  matter  if  the  proper  precautions  are  taken.  If  the  tuyere 
glass  is  first  calibrated  for  its  absorption  effect  on  the  optical  reading, 
observations  may  be  made  and  very  interesting  and  instructive  data  can 
be  obtained. 

Forging. — Temperatures  is  forging  furnaces  can  be  taken  with  the 
disappearing-filament  type  optical  pyrometer  and  can  be  used  to 
good  advantage  in  determining  when  an  ingot  is  sufficiently  hot  to  forge. 
To  make  sure  that  the  temperature  taken  on  a  billet  of  steel  in  a  forging 
furnace  is  not  too  high,  due  to  loose  scale  becoming  hotter  than  the  piece, 
it  is  sometimes  well  to  run  a  bar  into  the  furnace  and  clean  the  surface 
at  the  point  where  the  reading  is  made. 

Forging  temperatures  are  a  more  or  less  uncertain  matter  due  to  the 
cooling  of  the  outside  surface  and  loose  scale.  Readings  can  be  made, 
however,  as  the  scale  falls  off  after  the  first  blows  of  the  hammer.  If 
the  temperature  gradient  through  the  piece  is  known  approximately, 
the  optical  readii^  on  the  surface  will  serve  as  an  indication  of  the  tem- 
perature of  the  piece.  The  rule  to  follow  is  always  to  pick  the  brightest 
spot  and  a  place  free  from  loose  scale.  With  a  little  practice  and  judg- 
ment, much  useful  informatioD  can  be  obtuned. 

Rolling. — It  is  often  very  desirable  to  know  the  finishing  temperatures 
of  rolling  operations;  they  may  be  easfly  obtained  with  the  disappearing- 
filameot  optical  pyrometer.  If  email  stock  is  being  rolled,  temperatures 
may  be  determined  accurately  after  the  first  pass,  as  all  loose  scale  has 
dropped  off  and  the  iron  oxide  is  tightly  packed  and  is,  therefore,  at  the 
temperature  of  the  steel.  The  pyrometer  operator  can  judge  if  the  con- 
ditions are  favorable  for  temperature  measurements  by  noting  if  there 
are  black  spots  on  the  piece,  these  being  indications  of  loose  scale. 

In  the  case  of  material  of  greater  cross-section  than  2  in.  or  there- 
abouts, it  generally  takes  more  than  one  pass  to  free  it  of  scale.  This 
depends  a  great  deal  on  conditions,  however,  and  each  case  can  readily 
be  settled  by  bearing  in  mind  to  sight  on  the  bright  spots.  This  particu- 
larly applies  to  reeling  sheets  where  the  scale  lies  loosely  on  the  surface. 
In  this  case  the  temperature  reading  can  be  made  very  readily  just  after 
a  pass  while  it  is  momentarily  stationary  before  reversing. 

To  make  quick  readings,  it  has  been  found  advantageous  to  set  the 
current  through  the  lamp  at  a  value  corresponding  to  the  approximate 
temperature  of  the  piece  so  that  a  sUght  adjustment  will  serve  to  make ' 
a  balance.     If  this  is  done,  temperatures  of  small  rolling  stock  can  be 
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taken  in  a  couple  of  seconds  and  it  will  not  be  necessary  to  halt  the 
operation  to  make  the  reading;. 

Heat  Treating. — Temperatures  of  steel  in  heat-treating  or  annealing 
furnaces  can  be  taken  accurately  by  the  use  of  the  optical  pyrometer, 
which  has  the  added  advantage  of  being  able  to  take  temperatures  of 
any  piece  in  the  furnace  or  any  section  of  a  particular  piece,  where^  a 
thermocouple  may  give  the  gas  temperature,  which  may  not  hear  any 
relation  to  the  piece  being  treated. 

Use  op  Optical  Pyrometers  in  the  Glass  Inddstbt 

The  optical  pyrometer  may  be  used  in  determining  the  temperature 
of  molten  glass  under  various  conditions  but  proper  precautions  must 
be  taken  in  each  case  to  avoid  iocorrect  results.  The  errors  arise  from 
a  lack  of  black-body  conditions  and  may  be  avoided  in  all  cases  by  using 
a  closed-end  sight  tube.  This,  however,  is  not  always  necessary  and  a 
number  of  experiments  have  been  made  to  determine  the  practicability  of 
a  sight  tube  and  other  methods  by  which  glass  temperatures  could  be  most 
readily  taken  under  practical  working  conditions.  To  this  end,  obBerva- 
tions  of  glass  temperatures  were  made  in  various  factories  on  different 
types  of  furnaces.  Until  experience  indicated  no  further  need,  results 
were  checked  by  using  a  thermocouple  as  well  as  the  optical  pyrometer. 
The  thermocouple  was  finally  discarded,  as  it  was  possible  to  secure  the 
same  results  with  greater  ease  by  producing  black-body  conditions 
The  employment  of  thermocouples  in  practical  work  is  somewhat  diffi- 
cult for  a  number  of  reasons.  If  a  silica  or  porcelain  protecting  tube  is 
used,  it  will  withstand  the  effects  of  the  gla^  long  enough  to  get  a  few 
checks  but  the  couple  is  rendered  useless  for  practical  routine  tests  be- 
cause the  tubes  soon  crack  due  to  the  contraction  of  the  cooling  glass, 
which  adheres  to  them.  If  a  noble-metal  couple  is  immersed  hare  io 
the  glass,  it  becomes  contaminated  and  brittle  so  that  incorrect  results 
are  obtained  as  a  consequence. 

Iron  or  nichrome  protecting  tubes  were  not  used  for  fear  that  the 
batch  of  glass  might  become  colored  by  material  being  dissolved  from 
them.  They  can  be  used  occasionally  in  window  glass,  as  iron  tools  are 
used  continually  for  stirring  and  skimming.  This  would  probably  be 
objectionable  with  plate  or  optical  glass,  in  which  cases,  however,  clay 
tubes  could  be  and  have  been  used  successfully. 

After  a  number  of  checks  between  a  thermocouple  immersed  in  tiie 
glass  and  an  optical  pyrometer  reading  on  the  bottom  of  a  closed-^nd 
tube  beside  the  thermocouple,  in  which  the  two  checked  each  other  with- 
in 10°  P.,  it  was  decided  that  there  was  no  further  necessity  of  using  a 
thermocouple  for  checking  as  the  tube  was  much  simpler  and  the  Mt™ 
apparatus  could  be  dispensed  with. 

In  most  cases,  errors  due  to  refiection  will  arise  when  s^bting  o" 
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the  surface  of  molteD  glass.  In  one  tank  furnace,  a  difference  of  1 17°  F. 
in  apparent  temperature  was  found  by  sighting  on  the  same  spot  from 
different  angles,  due  to  reflection  from  flames  and  walls.  These  reflec- 
tions are  entirely  done  away  with  when  a  black-body  tube  is  used. 

The  best  way  to  determine  the  proper  method  of  taking  temperatures 
in  a  glass  furnace  is  to  immerse  a  tube  in  the  glass  and,  when  it  has  come 
to  temperature,  select  a  point  free  from  reflections,  if  there  is  any,  and 
compare  the  readings.  A  sight  in  the'shadow  of  a  clay  floater  that  lay 
close  to  the  wall  in  a  large  tank  furnace  was  found  to  agree  with  the  opti- 
cal reading  in  a  tube  to  IS  °F.  A  similar  test  in  a  pot  furnace,  where  the 
optical  reading  was  made  on  the  angle  of  intersection  of  the  black  wall 
of  the  pot  with  the  glass  surface,  gave  a  check  of  5°  F. 

It  appears  probable,  although  it  has  not  be«i  conclusively  proved, 
that  the  radiation  from  an  uncovered  pot  or  kiln  of  glass  that  has  no 
hotter  bodies  surrounding  it  is  that  of  black  body  for  a  wave 
length  of  approximately  0.65  microns.  The  evidence  to  support 
this  is  that  readings  made  with  the  optical  pyrometer  of  the  disappear- 
ing-filament  type  on  the  center  of  a  window-glass  kiln  checked  a  thermo- 
couple immersed  in  the  glass  to  3°  F.  The  optical-pyrometer  readings 
were  made  almost  from  a  vertical  position  from  an  operating  tower  and 
also  from  an  angle  of  about  60°  with  the  glass  surface  and  both  seemed 
to  agree  equally  well  with  the  thermocouple.  It  would  be  well  to  check 
up  each  individual  case  with  a  black-body  tube  or  thermocouple,  how- 
ever,' as  conditions  vary  from  one  plant  to  another. 

In  each  case  it  is  usually  possible  to  End  a  point,  the  optical  reading 
on  which  will  give  the  true  temperature.  This  can  be  determined  by 
experiment  in  each  case.  In  a  large  tank  furnace  of  the  reverberatory, 
regenerative  type,  for  example,  the  surface  of  the  "metal"  will  give  very 
discordant  results  unless  care  is  taken  to  avoid  reflection  from  tlie  gas 
fiame.  In  this  case,  however,  by  sighting  in  the  shadow  on  the  vertical 
face  of  a  floater,  the  true  temperature  will  be  secured,  providing  there 
are  no  surfaces  of  large  extent  illuminating  that  face.  In  any  case,  it 
is  possible  to  check  the  accuracy  of  such  measurements  and  their  con- 
stancy by  temporarily  employing  a  black-body  tube  of  iron  or  clay.  In 
a  pot  furnace  where  the  pots  are  open  and  in  tank  furnaces,  care  must 
be  taken  in  selecting  a  sighting  point  because  of  the  strong  reflections. 
In  a  furnace  where  there  are  flames  playing  or  the  walla  are  hotter 
than  the  glass  sighted  on,  the  optical  reading  will  always  be  high  due  to 
reflections  unless  a  place  can  be  found  that  is  protected  from  such 
reflections. 

A  method  that  has  proved  satisfactory  for  taking  tank  temperatures  is 
to  drill  diagonal  holes  through  the  walls  just  above  the  glass  surface  and  to 
insert  through  them  closed-end  clay  tubes  that  project  into  the  glass 
and  remain  there  permanently.     In  this  manner,  it  is  possible  to  keep  a 
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check  OD  the  glass  temperatures  around  the  tank  and  also  control  them 
to  the  desired  value.  The  use  of  the  optical  pyrometer  has  the  added 
advantage,  in  this  case,  that  when  the  clay  tubes  break  no  damage  reaiOts, 
as  would  be  the  case  if  platinum  couples  were  used. 

When  determining  temperatures  in  a  pot  furnace  where  the  individuiJ 
pots  have  closed  tope,  it  will  doubtless  prove  correct  to  take  the  tem- 
perature as  that  optically  observed  on  the  pot  wall  near  the  kI^ss,  owing 
to  the  fact  that  in  the  angle  practically  black-body  conditions  prevail. 
In  any  case,  it  is  well  to  remember  that  the  material  of  the  pot  and  its 
top,  while  they  may  be  such  as  to  give  black-body  radiation,  will  not 
necessarily  do  so  when  covered  with  a  surface  of  molten  ^ass. 

In  plate-glass  pot  furnaces,  it  was  found  that  readings  made  on  the 
intersection  of  the  ^ass  surface  and  the  pot  wall  gave  the  true  glass  tem- 
perature; but  readings  on  the  glass  surface  in  the  center  of  the  pot  were 
too  high  due  to  flames  playing  over  them. 

When  the  purpose  of  the  measurement  is  to  inmire  repetition  of 
working  conditions,  the  actual  temperature  may  not  be  necessary  and, 
therefore,  a  single  point  may  be  chosen  for  observation  from  day  to  day 
without  r^ard  to  the  reel  temperature.  It  is  recommended,  however, 
that  true  temperatures  be  found  in  every  case  and  recorded  as  the 
actual  operating  condition.  The  value  of  so  doing  is  evident,  for  it  makes 
data  of  value  in  comparison  with  other  observations  and  other  condi- 
tions. Furthermore,  any  new  furnaces  that  are  to  be  installed  may 
differ  in  their  natures  from  older  ones.  In  such  a  case  true  temperatures 
would  be  necessary  for  comparison. 

A  black-body  tube  of  clay  may  be  used  if  care  is  taken  to  heat  it 
gradually  before  plunging  it  into  the  molten  glass.  An  ordinary  gas 
pipe  alsd  makes  a  very  satisfactory  black  body,  hut  should  be  well  burned 
out  to  remove  oil  and  grease  from  the  interior  before  being  used.  Hie 
presence  of  any  smoke  within  the  pipe  will,  by  reason  of  its  absorption, 
give  false  readings.  A  2-in.  (5-cm.)  gas  or  water  pipe  capped  at  the  far 
end  has  been  found  very  satisfactory  as  a  black  body.  Such  a  pipe  has 
been  used  successfully  up  to  a  length  of  10  or  12  ft.  (3  or  3. 6  m. )  in  furnace 
gases. 

The  accuracy  of  measurement  with  the  disappearing-filament  optical 
pyrometer  depends  somewhat,  but  not  greatly,  on  the  skill  of  the  observer. 
Even  those  using  the  instrument  for  the  first  time  will  find  that  they  can 
check  each  other  to  within  5  to  10°  F.,  depending  on  the  care  they  may 
exercise  in  balancing. 

Optical  Ptbouetebs  in  the  Non-febbous  Foundby 

Many  alloys  of  widely  varying  composition  are  made  in  the  non- 
ferrous  foundry  at  the  present  time  and  for  many  of  them  the  tempera- 
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ture  at  which  the  metal  is  poured  is  a  vital  factor,  as  the  mechanical 
properties  of  an  alloy  often  depend  largely  on  the  casting  temperature. 
The  writer  ventures  to  state  that  a  great  many  rejections  would  never 
occur  if  the  foundry  pouring  temperatures  were  carefully  controlled. 
In  many  foundries,  as  soon  as  a  pot  of  metal  is  pulled  from  the  furnace 
and  skimmed,  the  motder  is  anxious  to  pour  immediately  for  fear  of  its 
getting  too  cold,  even  though  it  may  be  a  great  deal  hotter  than  neces- 
sary. Temperatures  of  a  brass  alloy  from  a  number  of  different  pots, 
all  for  the  same  kind  of  castings,  varied  in  temperature  from  1937°  to 
2337°  F.  (1058°  to  1281°  C). 

The  taking  of  temperatures  of  non-ferrous  alloys  may  be  done  in  a 
number  of  ways.  A  protected  base-metal  thermocouple  may  be  used 
for  the  lower  melting  alloys  and  platinum  thermocouples  for  the  higher 
melting  alloys.  There  are  a  number  of  disadvantages,  however,  in  their 
use.  If  a  metal  protecting  tube  is  used,  it  will  be  attacked  by  the  molten 
metal  and  finally  spoil  the  couple.  Another  disadvantage  is  that  the 
metal  of  the  protecting  tube  goes  into  solution  in  the  alloy,  which  in 
many  cases  is  very  undesirable.  Protecting  tubes  of  diiTerent  ceramic 
.materials  may  be  used  but,  as  they  are  somewhat  fragile,  the  couple  is 
soon  contaminated,  which  in  the  case  of  platinum  thermocouples  is 
somewhat  expensive. 

The  difficulty  in  using  an  optical  pyrometer  on  non-ferrous  alloys 
is  that  practically  all  of  them  contain  copper  and  oxidize  readily.  As  a 
result,  when  a  molten  metal  surface  is  exposed,  it  immediately  oxidizes; 
and  the  longer  it  is  exposed,  the  thicker  the  coat  of  oxide  becomes,  bo 
that  the  reading  of  the  optical  varies  greatly,  depending  on  the  instant 
at  which  the  balance  was  made.  To  remedy  this  difficulty,  a  number  of 
experiments  were  tried  with  closed-end,  quartz,  sight  tubes  immersed  in 
the  metal  and  the  readings  were  checked  against  a  protected  platinum- 
rhodium  thermocouple.  The  ends  of  the  quartz  tubes  were  immersed  to 
the  same  depth  as  the  thermocouple,  which  was  enclosed  in  a  siUca  pro- 
tecting tube.  The  following  readings  were  obtained  on  nickel-silver 
from  different  pots. 
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The  thermocouple  was  read  with  a  potentiometer  indicator  with 
automatic  cold-junction  compensation. 

Similar  tests  were  made  on  manganese-bronze,  yellow  brass,  and  other 
alloys  of  which  the  following  readings  are  representative. 

TbIKMOCOUPLB  OpTICAI  PiaOHETEl  n.»«i..«.. 

No,  TeilPK»*TUllB,  TlMPBHlTOBl,  ri™!™/' 


2  1836  1830  6 

3  1800  1805  5 

4  2007  2070  3 

From  the-  above  results,  it  was  concluded  that  no  errors  would  result 
from  using  a  sight  tube  in  taking  these  molten  metal  temperatures  so  the 
deviceshownin  Fig.  6  was  designed.  The  optical  pyrometer  A  is  clamped 
on  one  end  of  a  light  steel  tube  B  and  the  sight  tube  C  on  the  other  in 
such  a  manner  that  the  pyrometer  is  always  sighted  on  the  bottom  of  tbe 
sight  tube.     To  make  a  temperature  observation,  the  quartz  sight  tube  is 

/ 
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Fia.    6. — Opfical  ptbometeb  with  sioht  tube  attaceikd. 

plunged  directly  into  the  metal  and  after  a  period  of  approximatdy  45 
sec.,  while  the  tube  is  coming  to  temperature,  a  balance  is  made  and  the 
tube  withdrawn.  In  this  manner  the  temperature  of  metal  in  a  pot 
may  be  taken  before  it  is  withdrawn  from  the  furnace,  the  tube  being 
pushed  down  through  the  charcoal  on  the  surface,  and  the  final  tempera- 
ture may  thus  be  controlled  at  will. 

It  was  attempted  to  determine  the  approximate  emissivity  of  BomE 
alloys  by  taking  a  reading  in  the  tube  just  after  a  pot  was  skimmed  tM 
immediately  sighting  on  the  oxidized  surface  of  the  metal  and  detenniniiig 
the  emissivity  from  the  two  readings,  using  the  formula  previously 
given.  The  emissivity  values  obtained  would  only  be  approximate  as 
the  reading  in  the  tube  would  give  the  temperature  of  the  metal  about  6 
in.  below  the  surface  and  not  tbe  true  surface  temperature.  Hovever, 
they  would  give  the  desired  relation  between  surface  and  true  tempera- 
ture of  metal.  In  Table  1  are  given  a  few  readings  taken  in  this  matmef' 
The  first  column  gives  the  true  temperature  T,  the  second  the  apparent 
temperature  S,  the  third  the  calculated  emissivity  E,  the  fourth  gives 
the  temperature  7*1  calculated  from  the  apparent  temperature  and  the 
mean  emissivity  found.  This  would  be  the  calculated  temperature  if  no 
tube  were  used  and  a  correction  for  a  mean  emissivity  of  0.69  is  made  to 
readings  on  the  surface  of  the  oxidized  metal.    The  fifth  column  givee 
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the  errors  that  would  result  in  using  this  value  instead  of  actually  measur- 
ing the  true  temperature  with  the  aid  of  a  sight  tube. 

Table  1. — Pyrometer  Readings  Taken  (o  Determine  Emisaivity  of 
Non-ferrous  AUoy 


DiffOT- 

Appar- 

Caliiu- 

>D«^ 

Tut* 

UMd 

Turn- 

Maul 

Tsm- 
peratora 

Tsm- 
pBraturs, 

Caku- 
teted 

peratare, 

tufe,' 

°T~ 

D^.- 

SX 

■T- 

■T" 

T 

B 

Ti 

T-Ti 

I.  No.  I  composition. 

2147 

2110 

0.80 

2170 

—23      Mean  emiseivity 

2.  No.  1  composition. 

1978 

1928 

0.71 

1980 

-2      (or  Nos.  1  and  2 

1984 

1934 

compoflitionis 

1945 

1928 

(7) 

0.69.  Both  metals 

5.  No.  2  composition. 

2258 

2184 

0.66 

2247 

+11     have     practicalljr 

6.  No.  2compoBition. 

2337 

2206 

7.  No.  2  compoaition . 

2170 

2117 

0.73 

2178 

-8 

No.  2  is  more  im- 

8. No.  2  composition. 

2275 

2217 

0,73 

2283 

-8 

pure  and  sU  vii^in 

9.  No.  2  composition. 

2170 

21J0 

0,71 

2173 

-3 

metal  is  in  No.  1, 

10.  No.  2  composition. 

2183 

2102 

0.63 

2160 

+23 

11.  Monel 

2364 

2283 

0.59 

12.  Gun  metal 

2247 

2166 

0,63 

2226 

+21 

13.  Oim  metal 

2254 

2173 

0,64 

2234 

+20 

14.  Gun  metal 

2185 

2147 

0,80 

2209 

-26 

•This  column  show 

a  the  er 

ror  in  c 

alcutatec 

temperature  due  to  using  mean 

emissivity. 

It  will  be  seen  that  an  error  of  +  or  —25°  F.  may  result  from  using 
a  mean  emissivity  value  and  taking  the  temperature  by  sighting  on  the 
surface  of  the  skimmed  metal.  It  is  questiotiablej  however,  if  this  would 
ever  prove  to  be  a  satisfactory  method  of  taking  temperatures  as  there 
are  bright  and  dark  spots  on  the  surface  of  the  metal  in  the  pots  and 
various  readings  may  be  obtained.  In  this  tabulation  the  brightest 
spot  was  always  chosen  to  sight  upon.  In  the  case  of  brasses,  the  zinc 
fumes  make  it  very  questionable  what  the  reading  would  be  and  it  was 
not  attempted  to  make  any  observations  for  them  other  than  in  the  sight 
tube. 

After  making  temperature  measurements  on  a  number  of  different 
alloys  in  three  difiFerent  foimdries  under  variable  conditions,  it  was  con- 
cluded that  the  use  of  the  optical  pyrometer  in  a  foundry  for  determin- 
ing the  temperatures  of  brasses,  bronzes,  nickel-silver,  monel,  and  special 
alloys  of  various  kinds  is  entirely  feasible  and  satisfactory  if  a  sight  tube 
is  used;  or  if  certain  precautions  are  observed  and  no  great  accuracy  re- 
quired, the  optical  pyrometer  may  be  used  without  a  sight  tube  by  sight- 
ing on  the  surface  of  the  skimmed  metal  and  applying  a  predetermined 
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correction.  The  optical  pyrometer  with  sight-tube  attachment  is  par- 
ticularly useful  in  determining  metal  temperatures  in  the  furnace  previous 
to  pulling  the  pot  and  pouring  the  metal.  In  this  manner  great  uniform- 
ity of  [muring  temperatures  may  be  obtained.  It. was  shoWn  conclusively 
that  a  silica  tube  immersed  in  a  metal  has  black-body  characteristics 
as  borne  out  by  the  excellent  checks  against  a  carefully  calibrated 
thermocouple. 

The  time  required  to  make  a  temperature  observation  is  short  and 
the  use  of  a  quartz  sight  tube  allows  it  to  be  plunged  cold  into  the  metal 
without  breaking,  which  is  a  big  advantage.  If  the  tube  breaks  it  is 
easily  and  quickly  replaced  and  the  instrument  is  not  injured  in  any  way, 
as  a  thermocouple  would  be. 

CopPEB,  Nickel,  Silver,  and  Gold  Tbufesatdbeb 

Temperature  observations  were  made  un  strcamo  of  copper  from  re- 
fining furnaces  with  the  optical  pyrometer  and  the  emissivity  determined 
by  finding  the  true  temperature  both  with  a  thermocouple  and  a  sight- 
tube  attachment  to  the  optical.  The  values  obtained  agreed  very  well 
with  that  determined  by  Burgess,  which  waa  0.17.  Readings  made  on 
the  oxidized  surface  of  a  freezing  ingot  of  pure  copper  and  corrected  for 
the  emissivity  of  copper  oxide,  as  determined  by  Burgess,*  gave  the  fol- 
lowing results : 

AprABEHT  TcuPKBiiTDaK,  ,  Tstji  Tbhpimatdu, 


Mean 1917. S  1986.5 

When  considering  that  the  melting  point  of  copper  is  given  as  1985°F., 
this  is  a  very  good  agreement  and  shows  Burgess'  value  for  emireivity 
to  be  correct  for  these  conditions. 

No  readings  were  made  on  nickel  but  a  number  were  taken  on  streams 
of  approximately  55—45  cupro-nickel  with  very  good  results.  The  emis- 
sivity was  not  determined  but,  from  observations  in  the  furnace  and  on  the 
stream,  the  value  of  0.285  was  chosen.  This  may  be  considerably  in 
error,  but  served  for  comparative  values. 

A  number  of  observations  were  made  on  both  fine  and  sterling-silver 
streams,  but  there  is  great  difficulty  in  determining  the  proper  emissivity 
value  to  use  as  silver  is  so  a  good  a  reflector.  The  reflection  of  windows 
and  lights  can  easily  be  seen  in  a  stream  of  silver,  so  that  the  optical 
readily  may  easily  be  in  error  if  great  care  is  not  taken.  Sterling  silver 
has  a  greater  tendency  to  oxidize,  due  to  the  presence  of  copper,  so  that 
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care  must  be  taken  id  chooEdng  the  place  where  the  sight  is  made.  For 
these  reasons  it  was  decided  not  to  be  practicable,  as  an  every-day  opera- 
tion, to  take  silver  temi>eratures  by  sighting  on  the  stream.  The  method 
of  the  optical  sight  tube,  however,  waa  found  to  be  entirelysatiBfactory, 
Silver  is  usually  melted  in  tilting  furnaces  or  small  open  hearths  so  that 
it  is  Dot  difficult  to  insert  the  tube  into  the  molten  metal  and  take  a 
reading  while  refining  or  just  before  casting  and  the  temperature 
controlled  as  desired. 

In  the  determination  of  gold  temperatures,  approximately  the  same 
problems  are  met  with  as  with  silver  except  that  the  gold  temperatures 
are  higher.    The  sight-tube  method  can  be  used  as  with  silver  with  success. 

Cement  Teuperatubbs 
Clinker  temperatures  may  be  taken  very  readily  aa  they  fall  in  a 
stream  from  a  kiln;  or  if  it  is  desired  to  take  them  part  way  up  a  revolv- 
ing kiln  into  the  end  of  which  a  flame  is  projected,  the  flame  can  be  shut 
off  momentarily  while  the  reading  is  taken. 

Fuel  Beds  \ho  Gas  Tbuperatubes 
The  temperature  of  the  surface  of  beds  of  incandescent  coal  or  coke 
may  be  taken  with  the  disappearing-filament  optical  pyrometer,  pro- 
viding there  is  no  smoke  or  much  flame  intervening.  It  is  questionable, 
however,  what  relation  there  is  between  the  surface  temperature  and 
that  of  the  center  of  a  large  mass.  It  is  also  possible  to  pick  out  hot  spots 
in  a  fuel  bed  and  take  their  temperature  with  the  optical  pyrometer. 
This  should  give  the  clinkering  temperature  under  the  actual  firing  con- 
ditions and  not  under  artificial  ones. 

If  it  is  desired  to  take  gas  temperatures  in  flues  or  firing  chambers, 
a  closed-end  ceramic  tube  can  be  set  in  the  wall  and  readings  made  in  it. 
Porcelain,  alundum,  clay,  and  carborundum  have  been  successfully  used 
under  these  conditions  in  taking  gas  temperatures  of  forging  furnaces, 
marine  boilers,  etc.,  etc. 

Detebhinino  Tehpebatubes  in  Cebauic  Industbieb 
In  the  ceramic  industries,  temperatures  are  often  very  high  and  a  mat- 
ter of  great  importance,  but  often  can  be  taken  only  with  a  radiation  or 
optical  pyrometer.  The  disappearing-filament  tyi>e  has  the  advantage 
that  the  temperature  of  any  particular  object  can  be  determined  regard- 
less of  the  temperature  of  surrounding  walls  or  objects,  providing,  of  course, 
that  the  object  is  a  black  body,  which  would  generally  be  near  enough  to 
the  case  in  a  furnace  or  kiln  unless  the  material  was  glazed.  The  uni- 
formity of  a  kiln  may  also  very  readUy  be  obtained  by  making  observa- 
tions CD  different  points.  This  is  often  very  important  and  may  have 
a  great  effect  on  the  quality  of  the  product. 
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Miscellaneous  TTseb  of  Optical  Ptrohetbbb 

For  electric-furnace  temperatures,  particularly  laboratory  aod  ex- 
perimental furnaces,  the  optical  pyrometer  can  be  used  to  great  advan- 
tage in  taking  either  the  arc  temperature  or  that  of  the  material  it  heats 
or  the  walls  of  the  furnace.  Another  use  for  this  type  of  optical  py- 
rometer is  the  checking  of  base-metal  thermocouples.  This  may  seem 
strange  to  many  who  consider  that  an  optical  pyrometer  does  not  ap- 
proach the  accuracy  of  a  thermocouple.  As  a  matter  of  fact,  the  optical 
pyrometer,  in  the  useful  range  of  a  base-metal  thermocouple,  has  an 
absolute  accuracy  of  -|-  or  —  15°  F.  or  better  and  can  repeat  readings 
to  5**  F.,  while  the  thermocouple  may  be  much  further  off  calibration  than 
that.  The  advantage  of  this  method  of  checking  is  that  a  couple  may 
be  very  quickly  checked  ad  it  is  used  by  sighting  on  the  fire  end  and  com- 
paring the  reading  with  that  of  the  thermocouple  indicator.  As  this 
takes  only  a  few  minutes  a  large  number  of  checks  can  be  made  in  the 
course  of  half  a  day;  while  if  it  were  attempted  to  check  the  couples  with 
another  couple,  at  least  ^  hr.  would  be  consumed  in  each  check.  This 
time  would  be  required  for  the  two  couples  to  come  to  equilibrium,  if 
they  were  protected  as  most  couples  are;  and  even  then,  unless  the  fur- 
nace conditions  were  good,  it  would  be  difficult  to  tell  if  both  couples 
were  at  the  same  temperature. 

In  concluding,  the  writer  can  say  that  the  Morse  type  of  disappear- 
ing-filament  optical  pyrometer  has  been  found  to  be  very  useful  in  taking 
temperatures  in  many  industries  where  thermocouples  cannot  be  used  or 
where  it  is  not  necessary  to  have  a  continuous  record  of  temperatures. 
To  obtain  true  temperatures,  black-body  conditions  must  prevail  or  a 
correction  for  emissivity  must  be  made.  Temperature  observations 
'  taken  in  furnaces  are  generally  true  temperatures  if  the  material  in  them 
is  not  reflecting.  All  molten  metals  must  have  emisuvity  corrections. 
Materials  like  iron  oxide,  graphite,  and  most  rough  materials  give  black- 
body  radiation  in  the  open. 

To  obtain  black-body  conditions,  it  is  necessary  for  a  black  body 
to  take  the  temperature  of  the  material  and  sight  on  that  or  at  an  angle 
or  hole  in  the  piece  that  will  radiate  as  a  black  body. 

The  use  of  the  Morse  type  optical  pyrometer  does  not  require  a  highly 
skilled  operator;  a  man  can  generally  be  trained  for  the  works  use  of 
the  instrument  in  a  few  days.  The  balancing  of  the  instrument  is  very 
simple  and  a  very  short  time  is  required  to  acquire  speed. 
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EmissiTe  Powers  and  Temperatures  oi  Noo-black  Bodies 

BT  A.  a.   WORTHING,*  PB.  D.,  CLEVELAND,   OHIO 
<Ctii«co  MMtinc,  Septcmbcr.lfilO) 

Black  Bodies. — In  the  ordinary  conception,  a  black  object  is  an  opaque 
object  that  reflects  but  little  of  the  light  that  is  incident  on  it.  This 
means  Daturally  that  such  an  object  is  a  good  absorber  of  luminous  radia- 
tion. The  black  body,  which  ia  bo  closely  connected  with  high-tempera- 
ture measuremenba,  represents  the  limit  in  blackness  of  all  black  objects. 
It  is  a  body  that  not  only  absorbs  all  visible  radiations  but  also  all  other 
radiations  in  the  infra-red  and  the  ultra-violet  regions  of  the  spectrum 
which  are  incident  on  it.  No  substance  is  known  that  is  completely 
black;  platinum  black,  one  of  the  nearest  if  not  the  nearest  representative 
of  the  ideal,  reflects  1  per  cent,  or  so  of  ordinary  visible  radiation.  The 
closest  approach  to  the  ideal  is  a  small  opening  in  the  wall  of  a  relatively 
large  opaque  cavity.  Any  radiation  incident  on  this  black  body  will  be 
almost  completely  absorbed  if  the  relative  dimensions  are  properly  chosen 
no  matter  what  the  material  may  be.  The  great  difference  between  the 
blackness  of  such  a  cavity  and  of  lampblack,  for  instance,  will  be  appar- 
ent to  one  who  makes  the  simple  test. 

Non-black  Bodies. — The  field  of  non-black  bodies  covers  all  real 
bodies.  Their  characteristics  are  extremely  varied.  So  far  as  absorp- 
tion of  radiation  is  concerned,  these  bodies  range  practically  from  the 
almost  completely  black,  platinum-black,  and  lampblack,  which  absorb ' 
all  but  a  fractional  part  of  1  per  cent,  or  bo  of  the  incident  radiation,  by 
an  infinite  variety  of  steps  to  freshly  polished  silver,  which  ordinarily 
absorbs  only  a  few  per  cent.  The  exact  percentage  absorbed  depends 
not  only  on  the  nature  of  the  incident  radiation,  but  also  on  the  tempera- 
ture of  the  body,  the  condition  of  its  surface,  the  angle  of  incidence,  the 
nature  of  the  surrounding  medium,  and  on  certain  other  less  important 
conditions.  As  consequences  of  these  varied  characteristics,  we  have 
not  only  the  differences  of  color  of  ordinary  objects,  but  also  the  changes 
of  color  that  any  one  object  underlies  on  heating  or  when  lighted  from 
various  directions.  This  complexity  of  the  phenomena,  in  a  way,  is 
responsible  for  the  meagerness  of  knowledge  regarding  materials  at 
elevated  temperatures. 

Measurement  of  High  Temperatures. — Excepting  in  cases  where  the 
thermocouple  or  the  gas  thermometer  is  applicable,  in  which  case  the 
*  Pbyaicist,  NeU  Research  Laboratory. 
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temperatures  obtained  are  true  tempetatures  regardless  of  the  material 
studied,  high  temperatures  are  almost  always,  if  not  always,  determined 
from  measurements  of  radiation.  In  fact,  deternunations  of  tempera- 
ture from  this  latter  point  of  view  are  often  so  much  more  convenient 
than  the  thermocouple  and  especially  the  gas-thermometer  determina- 
tionfl  that,  in  the  region  where  all  of  these  types  of  measurementB  may  be 
made,  the  radiation  measurements  are  often  preferred.  This  is  true 
even  though  the  temperatures  usually  thus  directly  detenoined  are  not 
the  actual  temperatures,  a  consequence  <A  the  sources  of  the  radiation 
being  non-black  bodies;  in  other  words,  a  consequence  of  being  concerned 
with  iron,  or  glass,  or  tungsten  instead  of  small  openings  leading  to  rdor 
tively  large  cavities  uniformly  heated. 

Co6rdifuUion  of  ExperimetUal  ResvUa. — In  order  that  data  on  iron, 
glass,  tun^ten,  or  other  non-black  bodies  obtained  in  one  laboratory, 
may  be  correlated  with  similar  data  obtained  elsewhere,  temperatures 
must  be  expressed  on  a  common  scale.  The  true  temperature  scale  is  the 
natural  scale  for  this  purpose.  It  is  ordinarily  the  scale  to  which  all 
other  temperatures  can  be  most  directly  reduced.  When  the  measure- 
ments depend  on  the  radiation,  a  knowledge  of  emissive  powers  repre- 
sents a  means  whereby  such  measured  temperatures  may  be  converted 
simply  into  the  actual  temperatures.  Because  of  this,  we  herewith  give 
consideration  to  the  significance  of  emissive  powers,  how  they  are 
obtained,  and  how  they  are  applied  in  the  determination  of  the  real  true 
temperatures  of  non-black  bodies. 

Fundamental  Concepts  Reqabdinq  Emissive  Powbes 

Two  Claases  of  Emisaive  Powers. — There  are  two  classes  of  emissive 
powers  that  are  commonly  applied  to  temperature  measurements.  One 
of  these,  called  the  total  emissive  power,  is  based  on  the  total  heating 
effects  due  to  the  radiation  from  a  non-black  body  source;  the  other, 
called  spectral  emissive  power,  is  based  on  the  monochromatic  brightness 
of  the  source.  Total  emissive  powers  are  used  generally  in  connection 
with  radiation  pyrometry  to  determine  true  temperatures;  spectral 
emisaive  powers  are  similarly  used  in  connection  with  optical  pyrometry. 
We  shall  consider  these  later  in  considerably  more  detail. 

Kirckhofs  Law. — ^A  fundamental  law  underlying  the  temperature 
radiations  from  non-black  bodies  was  originally  put  forth  by  Kirohhoff 
and  is  universally  known  as  Kirchhoff 's  law.  The  fundamental  aspect  of 
this  law  may  be  readily  demonstrated  in  the  home.  Let  one  take,  for 
instance,  a  piece  of  broken  crockery  with  a  decorative  pattern,  and  heat 
it  over  a  gas  flame  in  a  dark  room.  When  the  crockery  becomes  incan- 
descent, the  darker  portions  of  the  pattern  will  be  noticeably  the  brighter. 
Those  portions  that  were  good  absorbers  of  light  show  themselves,  when 
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heated,  to  be  good  emitters.  This  effect  is  not  due  to  a  change  in  the 
characteristics  of  the  pottery  or  the  painted  design,  for  if  the  pottery  when 
hot  ia  Uluminated  relatively  strongly  by  means  of  some  other  light,  the 
different  parts  of  the  pattern  will  appear  in  their  natural  colors. 

Kirchhoff's  law,  which  is  directly  applicable  here,  states  that  the  rate 
of  emission  of  radiant  energy  (the  radiant  flux)  by  a  non-black  body 
divided  by  its  absorption  factor  (the  ratio  of  the  radiation  absorbed  by 
the-  body  to  the  incident  radiation— strictly  speaking,  this  radiation 
should  be  like  that  from  a  black  body  at  the  same  temperature)  is  equal 
to  the  rate  of  emission  of  radiant  energy  (the  radiant  flux)  by  a  black 
body  of  the  same  size  and  temperature.  Thus  using  concrete  values, 
it  would  appear,  from  the  work  of  Thwing'  on  cast  iron  and  of  others  on 
black-body  radiation,  that  cast  iron  at  1600°  K.  (1327°  C.)  radiates 
enei^  at  a  rate  of  10.8  watts  per  sq  cm.,  that  it  absorbs  at  this  tem- 
perature about  29  per  cent,  of  the  radiation  from  a  black  body  at  the 
same  temperature  that  is  incident  on  it,  and  that  in  agreement  with 

this  a  black  body  at  1600"  K.  radiates  enei^y  at  a  rate  of  jt-^  ■  ■  -^ 

or  37.3 !-■ 

cm.' 

The  reasoning  underlying  this  law  is  simple.  Suppose  a  non-black 
body  and  a  black  body  are  placed  in  an  opaque  enclosure  possessing  a 
uniform  temperature.  According  to  experience  these  two  bodies  would, 
in  time,  come  to  the  same  temperature.  Moreover,  according  to  the 
common  conception,  these  two  bodies  will  function  as  ordinarily;  in  other 
words,  they  will  radiate  enei^,  absorb  radiant  energy,  and  reflect  radiant 
energy.  In  order  that  these  two  bodies  shall  finally  maintain  a  steady 
common  temperature,  they  must  radiate  energy  at  the  same  rate  that 
they  absorb  it.  The  black  body  wUl  absorb  all  of  the  radiation  faUing 
on  it  and  must  radiate  at  that  same  rate.  The  non-black  body  will 
absorb  only  a  certain  part  of  the  radiation  falling  on  it  (29  per  cent,  if 
cast  iron  at  a  temperature  of  1600°  K.),  and  must  therefore  radiate  energy 
at  ft  lower  rate  given  by  that  same  percentage  of  the  black-body  rate — 
a  give-and-take  poUcy  of  the  fairest  kind.  Kircbfaoff's  law,  the  generali- 
sation resulting  from  this  reasoning,  as  already  given,  states  that  the  rate 
of  radiation  of  energy  by  a  non-black  body  divided  by  its  absorption 
factor  is  equal  to  the  rate  of  radiation  of  energy  by  a  black  body  of  the 
same  surface  area  at  the  same  temperature,  a  statement  that  might 
pithily  be  replaced  by  "As  a  body  absorbs,  bo  does  it  radiate."  One 
of  the  most  striking  facts  expressed  by  this  law  is  that  all  non-black 
bodies  radiate  energy  at  lower  rates  per  unit  of  area  than  do  black  bodies 
at  the  same  temperature.    The  same  reasoning  may  be  applied  to  radia- 
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tion  of  any  particular  wave-length  of  radiation,  with  exactly  similar 
results. 

The  relation  juat  developed  may  be  put  in  mathematical  fonn,  thus 


'-  =  E 


(1) 


where  E^  and  E  represent  respectively  the  rates  of  emission  of  energy  per 
unit  area  for  a  non-black  body  and  for  a  black  body  and  at  is  the  total 
absorption  factor  for  the  non-black  body. 

Anticipating  later  developments,  let  us  carry  this  discussion  aUghtly 
forward.  Evidently,  the  opaque  non-black  body  must  reflect  all  inci- 
dent radiation  that  it  does  not  absorb.  If  molten  iron  has  an  absorptjon 
factor  of  0.29,  it  must  also  have  a  reflection  factor  of  0.71,  that  is, 

n  =  1  -  a,  (2)  ■ 

where  ri  is  the  total  reflection  factor.*  Similar  reasoning  may  be  applied 
to  radiation  of  any  wave-length  with  corresponding  similar  r^ults. 
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Wdva  Lmgfhin^ 
Fio.  1. — Spectral  distribdtion  cdrveb  foe  the  radiant  fluxes  ntou:  a,  tcn<i9ten 
AT  2450°  K.;  h,  a  black  bodt  at  2430°  K.;  c,  a  black  body  at  2500*  K. 

It  is  well  to  emphasize  the  fundamental  basic  character  of  this  law 
for  the  measurement  of  high  temperatures.  Exactly  how  this  is  the 
case  wilt  appear  to  some  extent  as  we  proceed.  That  it  also  underlies 
the  laws  of  Stefan  and  Boltzmann  and  of  Planck,  to  be  considered  later, 
will  not  be  made  evident  there,  though  true. 

Illustrative  Data, — ^Let  us  consider,  further,  specimen  data  illustrating 
the  relation  between  emissive  powers  and  radiation.  In  Pig.  1,  curve 
a  represents  the  spectral  distribution  of  the  radiant  flux  from  tungsten 
at  2450°  K.,  the  normal  operating  temperature  of  the  60-watt  vacuum 
tungsten  lamp.    Itshows  the  relative  heating  effectsof  radiant  flux  associ- 

*FoT  radiation  having  the  sa 
having  the  same  temperature. 


e  spectral  distribution  as  that  from  a  black  body 
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ated  with  the  various  wave-lengths  of  the  source.  Thus,  for  instance,  the 
maximum  effect  is  in  the  infra-red  spectrum  at  1.05ft,  being  about  a  tliird 
greater  than  at  the  red  edge  of  the  visible  spectrum  (0.78/t)  and  about 
three  and  one-half  times  as  great  as  at  the  blue  edge  of  the  visible  spec- 
trum (0.3Sn).  The  area  enclosed  by  this  curve  and  the  ^-axis  in  accord 
with  this  represents  the  total  heating  effect  or  radiant  flux  from  the 
source  per  unit  area,  a  quantity  to  be  measured  ordinarily  in -,— 

Similarly,  curve  b  shows  the  relative  heating  effects  or  radiant  flux 
associated  with  the  various  wave-lengths  of  the  radiation  from  a  black 
body  at  2450°  K.  The  area  enclosed  by  this  curve  and  the  X-axis  like- 
wise represents  the  total  heating  effect  or  radiant  flux  from  a  black 
body  per  unit  of  area,  a  quantity  likewise  expressed  ordinarily  in ^ 

Curve  c  refers  in  an  exactly  similar  manner  to  a  black  body  at  2500"  K. 
At  this  temperature  a  black  body  possesses  the  same  color  as  does  the 
tungsten  at  2450°  K. 

The  total  emissive  power  of  a  substance  is  the  raiio  of  the  radiant  flux 
per  unit  of  area  from  that  substance  to  the  radiant  flux  per  unit  of  area  from 
a  black  body  at  the  same  temperature.  Thus,  the  ratio  of  the  area  under 
curve  a  to  the  area  under  curve  b  gives  at  once  the  total  emissive  power  for 
tungsten  at  2450°  K.  Taking  due  account  of  the  units  in  which  the  ordi- 
nates  and  abscissas  of  Fig.  1  are  expressed,  we  find  from  the  area  under 
curve  b  that  the  rate  of  emisaion  of  energy  or  the  radiant  flux  from  a  black 


This' 

leads  to  0.27  for  the  total  emissive  power  of  tungsten  at  2450°  K.    This 
ratio  for  tungsten  is  not  constant  with  temperature. 

From  the  same  set  of  curves,  in  Fig.  1,  the  significance  of  spectral  emis- 
sive powers  may  be  obtained ;  but,  since  they  are  more  commonly  obtained 
for  high-temperature  work  from  visual  observations,  we  shall  consider 
them  from  this  point  of  view.  A  similar  platting  of  the  visual  effects 
against  the  wave-length  for  the  radiation  from  a  tungsten  filament  at 
2450°  K.  and  a  black  body  at  2450°  K.  and  2500°  K.  lead  to  the  spectral 
luminosity  or  more  truly  the  spectral  brightness  distribution  curves  of 
Fig.  2.  Curve  a  thus  shows  the  relative  visual  effects  associated  with 
the  various  wave-lengths  of  the  luminous  flux  from  tungsten  at  2450°  K. 
It  shows  that,  for  a  certain  small  wave-length  interval,  the  visual  effect 

'  Id  oomputing  curve  a,  it  was  assumed  that  Lambert's  oombb  Uw  of  emunion 
was  fulfilled.  There  are  marked  deviations  from  this,  however,  which  undoubtedly 
exjilain  largely  the  discrepancy  between  the  value  for  the  radiant  fiux  pet  unit  of 
area  here  given  and  the  value  obtained  from  direct  mesutement. 
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is  greater  at  about  0.575/t  than  elsewhere,  that  atO-S^  the  visual  effect 
is  roughly  oneHsixth  of  the  maximum  value,  and  at  0.6^1  about  five^ixthg 
of  the  maximum  value.  Curves  b  and  c  represent  similar  spectral  bright- 
neflS  distribution  curves  for  a  black  body  at  2450°  and  2500°  K.  As  in  the 
case  of  the  spectral  radiant-flux  curves,  the  areas  included  under  the 
curves  represented  the  rates  of  emiasion  of  radiant  energy  per  unit  d 

area,  quantities  measurable  in     -  ;■  so  here  the  areas  included  under  the 
cm.* 

curves  may  be  taken  to  represent  the  brightness  of  the  tungsten  filament 


Fia.  2. — Spectral  dibtribution  curye 

BTEN   AT  2460°   K.;   b,    A  BLACK  BODY    i 


or  of  the  black  body ;  and,  if  due  account  of  the  units  in  which  the  ordinatefl 
and  abscissas  are  expressed  is  taken,  one  will  obtain  about  195  —  ,— 


and  440 i-  for  the  tungsten  filament  and  for  the  black  body  at 

cm,*  °^ 

2450°  K.,  respectively. 

The  spectral  emiasim  power  at  a  gwen  wave-length  and  temperature  for  a 
certain  siAslance  is  defined  as  the  ratio  of  Vie  spectral  brightness  for  lAof 
8ub«tance  for  the  given  temperature  and  wave-length  to  the  corresjumdinn 
spedral  brightness  of  a  black  body  at  the  same  temperature.  Thus,  the 
ratio  of  the  ordinate  at  O.6/1  for  curve  a  to  the  ordinate  at  the  same  wave- 
length for  curve  b  gives  the  spectral  emissive  power  at  0.6;i  for  tungsten 
at  2450°  K.  Actual  carrying  out  of  the  operation  in  the  present  esse 
yields  quite  closely  44  per  cent.    Similarly,  the  ratio  of  the  correspond- 
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ing  ordinates  at  0.7p  gives  the  spectral  emissive  .power  connected  with 
that  wave-length.  The  actual  value  is  about  42  per  cent.  These 
values  might  be  obtained  also,  as  stated,  from  the  spectral  radiant-flux 
curves;  and  in  conformity  with  this  the  ratios  of  their  ordinates  at  0.6fi 
and  0.7fi  should  likewise  be  44  and  42  per  cent. 

Total  EtnssivE  Powers 

Theoretical  Basis} — The  theoretical  basis  underlying  total  emissive 
power  determinations  and  applications  is  the  relation  applicable  to  black- 
body  radiation,  known  as  the  Stefan-Boltzmann  taw, 

E  =  <rT*  (3) 

It  states  that  E,  the  radiant-flux  density  (that  is  the  rate  of  radiation  of 
energy  per  unit  of  area)  by  a  black  body  is  a  constant  times  T  its  tempera- 
ture on  the  absolute  scale  raised  to  the  fourth  power.  When  E  is  ex- 
pressed in  ——-j  and  T  in  "K.,  o-  is  as  a  result  of  a  great  deal  of  experi- 
mental work  commonly  taken^  as  about  5.70  X  10-"  — ,  , — r-  We 
■'  cm.*  deg.* 

find  thus  that  for  a  black  body  at  1000"  K.,  the  radiant-flux  density  is 

5.70  ^^;  at  2000"  K,  19  X  5.70  "^  or  91.2  -^;andat2450"K. 
cm.'  em."  cm.* 

the  normal  operating  temperature  of  the  vacuum  tut^ten  lamp,  as 

already  mentioned,  206  ,-■ 

For  a  non-black  body  the  radiant-Sux  density  £?.  may  be  represented 
by  a  similar  equation: 

E.  =  u<rT*  (4) 

where  ci  represents  the  total  emissive  power.  This  equation  serves,  in 
fact,  as  the  defining  equation  for  this  quantity.  As  has  been  indicated 
elsewhere  u  may,  and  usually  will,  vary  with  the  temperature.  In 
Pig.  1,  curves  a  and  b,  E^  and  E  are  graphically  represented  for  a  tungsten 
filament  and  a  black  body  at  2450°  K.,  by  the  areas  included  between  the 
X  axjs  and  the  corresponding  curves. 
Evidently  we  may  also  write, 

E,  =  aTu\  (5) 

an  equation  exactly  similar  to  (3)  in  which  T^,  a  temperature  less  than 
\  the  true  temperature  T,  is- the  temperature  of  a  black  body  that  radiates 
energy  at  the  same  rate  per  unit  of  area  as  does  the  non-black  body  at  T. 
So  far  as  the  writer  is  aware,  no  definite  name  has  been  attached  to  this 
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temperature  heretofore.  For  the  purposes  of  this  paper*  let  ue  call  it 
"radiation  temperature"  in  analogy  with  brightness  temperature  and 
color  temperature.  We  may  thus  expect  to  aay,  for  instance,  that  moHen 
iron  at  a  true  temperature  of  1600°  E.  has  a  radiation  temperature  of 
1174°  K.,  or  that  silver  at  a  true  temperature  of  1200°  K.  has  a  radiation 
temperature  of  720°  E., or  that  iron  oxide  atatnie  temperature  of  1200*  K. 
haa  a  radiation  temperature  of  1160°  K. 
From  equations  (4)  and  (5)  there  follows: 

r.  =  ^„T.  (6) 

Evidently  we  may  determine  «(,  the  total  emissive  power,  when  T  and 
Tg  are  known,  or  we  may  determine  T  when  once  <■  and  Ta  are  known. 

Radiation  Pyrometry. — At  present  there  are  several  types  of  radiation 
pyrometers  that  may  be  used  in  detennioing  total  emissive  powers  or, 
once  these  total  emissive  powers  are  known,  to  determine  true  tempera- 
tures. Radiation  pyrometers,  their  underlying  principles,  methods  of  use, 
and  Bourcee  of  error,  have  been  discussed  by  Burgess  and  Foote.'  Id 
this  discussion  of  total  emissive  powers,  this  Important  contribution  is 
freely  referred  to.  While  different  types  of  radiation  pyrometers  differ 
greatly  in  construction,  they  all  depend  necessarily  on  effects  due  to  the 
absorption  of  radiant  energy  that  is  focused,  by  one  means  or  another, 
upon  a  receiving  instrument  sensitive  to  heating  effects,  a  thermocouple, 
a  bimetallic  coil,  or  some-other  radiation-sensitive  device. 

Let  us  fix  our  attention,  for  illustrative  purposes,  upon  the  Fer; 
mirror  thermocouple  radiation  pyrometer  in  which  the  radiation  from  the 
object  whose  temperature  is  being  measured  is  reflected  by  a  gold-plated 
mirror  on  to  a  blackened  thermocouple  receiver.  For  a  description  of 
the  apparatus  and  the  method  of  operating,  reference  should  be  made  to 
the  paper  by  Burgess  and  Foote  or  to  another  paper  of  this  sympoaum 
dealing  with  radiation  pyrometers.  It  would  seem  perfectly  simple  to 
make  use  of  such  a  pyrometer  in  the  determination  of  emissive  powers, 
by  sighting  a  radiation  pyrometer  with  a  known  black-body  cahbration 
(see  Fig,  3,  in  which  is  shown  such  a  calibration  curve  as  determined  by 
Burgess  and  Foote)  at  a  non-black  body  at  a  known  temperature  and 
computing  the  result  by  means  of  equation  (6).  In  practice,  difficulty 
is  often  experienced  in  determining  the  true  temperature.  Further, 
account  must  be  taken  of  reflected  radiations. 

True  temperatures  are  usually  determined  by  means  of  a  thermo- 
couple, or  by  shaping  the  material  so  that  from  certain  portions  black- 
body  radiation  is  obtained,  or  by  placing  in  ciantact  withtbe  non-black' 

*  See  also  paper  by  E.  P.  Hyde:  High-temper&ture  Scale  and  ita  Apptkstion 
in  the  Measurement  of  True,  Brightness  and  Color  Temperatures.     This  volume. 
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body  some  other  body  whose  temperature  is  known  or  measurable.  As 
an  illuatration,  making  use  of  the  results  obtained  by  Thwit^'  for  molten 
iron,  and  of  the  calibration  curve  of  Fig.  3,  we  should  find  for  a  particular 
case  an  e.'m.f .  of  1.32  millivolts  when  the  pyrometer  is  sighted  ona  certain 
mass  of  iron  and  4.21  millivolts  when  sighted  on  some  body  in  contact 
shaped  so  as  to.  give  black-body  radiation.  From  the  cahbration  curve 
it  follows  at  once  that  the  temperature  of  the  iron  is  1600°  K.  (1327°  C.) 
and  that  the  molten  iron  has  a  radiation.temperature  (subject  to  a  slight 
correction,  shown  in  the  next  paragraph)  of  1174°  E.,  that  is,  molten  iron 
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at  1600°  K.  radiates  energy  at  the  same  rate  as  does  a  black  body  at  1 174° 
K.,  the  common  rate  in  this  case  being  10.8  —  —^■,  aswillappearfromthe 
Stefan-Boltzmann  equation.  Using  equation  (6)  we  have  at  once  0.29 
as  the  total  emissive  power. 

That  account  must  be  taken  of  radiations  reflected  by  the  non-black 
body  the  radiation  pyrometer  is  sighted  on  is  readily  seen.  In  this  ease, 
the  radiation  leaving  the  non-black  body  is  made  up  in  part  of  the  natural 
radiation  from  the  non-black  body  and  in  part  of  radiation  reflected 
by  it.  Naturally  the  effect  of  the  combined  radiations  on  the  receiver 
of  the  pyrometer  is  greater  than  that  due  to  the  non-black  body  alone. 
Exactly  how  much  the  reflected  portion  amounts  to  in  per  cent,  depends 


^Loc  eit. 


D.qit.zeaOvGoOt^lc 


376       EMISSIVE  POWERS  AND  TEMPERATTTBES  OF  NON-BLACK  BODIES 

OD  the  temperature  of  the  non-black  body,  the  temperature  of  the  Bur- 
rouDdings,  and  the  reflectivity  of  the  non-black  body.  Under  ordinuy 
conditions  the  portion  reflected  may  often  be  neglected,  but  it  is  a  factor 
that  must  be  considered.  Let  us  consider  expreasioiiB  for  the  net  rstn 
of  transfer  of  radiant  energy  to  a  black  receiver  at  temperature  Ti  from 
a  non-black  source  at  temperature  T  in  surroundings  assumed  opaqae 
and  at  a  temperature  7*0,  and  from  a  black  body  of  the  same  size  at  the 
same  distance  from  the  receiver  and  in  the  same  surroundings  but  aX  a 
temperature  Tn-,  an  uncorrected  radiation  temperature  for  the  non-^lack 
body  such  that  the  effects  on  the  black  receiver  will  be  the  same  in  the 
two  cases.  Suppose  the  dimensions  of  the  sources  and  the  receiver  to  be 
email  in  comparison  with  the  distance  I  from  the  source  to  the  receiver 
and  the  areas  of  their  projections  on  a  plane  normal  to  the  line  join- 
ing them  to  be,  respectively,  Ai  and  A,.  For  the  common  net  rate  (rf 
transfer  of  radiant  energy  from  the  source  to  the  receiver  -j  -  ■  we  have 

for  the  black-body  source  and  the  non-black-body  source,  respectively, 
from  purely  geometrical  considerations, 

dt-      Ihr     ^^«-        ^'^  '^' 

and 

1?  -  ^t^'  <*'" +"''•'  ~ ''''' "  ^t,"  <''•' + '■■''•'  - ''■''  <"' 

where  r,  is  the  total  reflectivity  of  the  non-black  body  for  radiation  from 
a  black  body  at  To.    From  equations  (7)  and  (8)  we  have,  at  once, 

.-^'^'  9) 

Replacing  n  by  1  —  *(,  we  have  another  form  which  has  been  considerably 
used:* 

■Dr.  Foote  has  c&llcd  the  writer's  attention  to  the  ract  that  (10)  ia  noteiwt< 
due  to  ri  being  equal  to  1  —  ti  only  when  the  incident  radiation  haa  iix  *>^^ 
spectral  distribution  as  that  from  a  black  body  at  the  same  temperature.  Fidlo"' 
ing  much  the  plan  adopted-  by  Aschkinasa  lAschkinaas:  Ann.  d.  Phj/t.  (1905)  l^i 
960;  Foote:  U.  S.  Bureau  of  Standards,  Buil.  U  (1915)  6071  in  arriving  at  an  »- 
pression  for  the  total  emissive  power  of  a  metal  as  a  funftion  of  temperature,  Foofc 
has  arrived  at  the  following  equation, 

^  r«<  -  T>< 

T'  -  T„'VT,  (W) 

T 
which  likewise  is  applicable  to  metals  only.    £]quation  (10')  eliminates  the  verf 
difficult  and  tedious  determination  of  r,  and  may  therefore  usually  be  used,    f"' 
precision  work,  however,  equation  (9)  should  be  used. 
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Evidently  equations  (6)  and  (9)  give  for  the  radiation  temperature  of 
the  non-black  body  in  terms  of  the  uncorrected  observed  temperature, 


The  discrepancy  between  Tr  and  Tr'  is  ttften  n^ligible  but,  on  the  other 
hand,  may  become  of  considerable  importance.  A  few  random  illuBtra- 
tions  showing  this  discrepancy  and  —  the  error  in  the  emissive  power  due 
to  neglecting  the  reflected  radiation  term  of  (9)  are  incorporated  in  Table 
1.  The  discrepancies  are  small  for  high  temperatures  and  high  emissive 
powers  of  the  source  and  for  low  temperatures  of  the  surroundings. 

Table  1. — Errors  ReavUiTig  from  Neglecting  Refieded  Radiation   Term 
of  Equation  (9) 


PUtinuin 

1000 

PUtinum 

1200 

PUtinum 

1500 

Platinum 

2000 

PUtinum 

1000 

SUver 

1000 

Iron  oxide 

1000 

Black  body.... 

1000 

0.100 
0.118 
0.142 
0.177 
0.100 
0.045 
0.86 
1.00 


0.945 
0.941 
0.936 
0.931 
0.937 
0.975 
0.14 
0.00 


A  second  method  of  obtaining  total  emissive  power  consiBts  in  apply- 
ing Kirchhoff's  law.    As  already  stated  this  law  is  represented  by 

From  our  definition  of  emissive  power,  it  follows  that  the  emissive  power  of 
any  substance  is  equal  to  the  absorption  factor  for  black -body  radiation 
corresponding  to  the  same  temperature  as  that  possessed  by  the  non- 
black  body.  This  equality  has  been  used  in  the  discussions  of  the 
absorption  factor  and  total  emissive  power  for  molten  iron  at  1600"  K., 
for  which  the  common  value  is  0.29.  As  d  =  1  —  ri  where  r,  is  the 
reflection  factor. 


t,  =  1  -  rj 


(12) 


The  method  embodied  in  this  equation  consists  essentially  in  measuring 
for  a  QOn-black  body  the  fractional  part  of  the  radiation  from  scnne 
other  source  reflected  by  the  non-black  body.  Only  in  relatively  few 
cases  will  the  method  be  satisfactory  and  not  entail  many  corrections. 
These  simple  cases  demand  non-black  bodies  that  have  either  well  polished 
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or  perfectly  matt  surfaces  and  black-body  or  very  similar  sources  at  about 
the  same  temperature  as  the  non-black  body. 

Given  the  total  emiesive  power  of  a  substance,  it  is  possible  to  com- 
pute its  true  temperature  when  ooce  the  radiation  temperature  is  known. 
The  expression  employed  here  is  the  same  as  the  one  used  in  determining 
the  emissive  power,  or  equation  (6).  The  radiation  temperature  ?*■  will 
be  determined  ordinarily  from  a  direct  reading  of  the  e jn.f.  of  a  radiation 
pyrometer  receiver  and  an  interpolation  from  a  calibration  curve  such  as 
ia  given  in  Fig.  3.  Corrections  as  shown  above,  if  appreciable,  must  be 
made  in  order  to' obtain  thccorrected  radiation  temperatures.  Suppose 
Tk  for  a  certain  specimen  of  molten  iron  to  be  1200°  K.;  then  using  0,29 
as  ti,  1635°  K.  is  its  true  tonperature. 
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Fio.  4. — Radiation  teupxratdbb  and  true  tempbratukb  relation  pob  iron 

OXIDE  ACCORDINO  TO  BUBQESa  AND  FoOTE. 

Ordinarily,  when  one  has  occasion  to  work  repeatedly  on  samples  of 
the  same  material  at  different  temperatures,  he  will  have  computed  a 
curve  showing  the  relation  between  radiation  temperature  and  true  tem- 
perature. In  case  one  has  measured  the  total  emissive  powers  by  the  first 
method  outlined,  the  data  obtained  may  be  platted  directly  to  give  this 
relation  without  going  through  emissive  power  computations.  In  Fig.  4 
such  a  plat  of  results  by  Burgess  and  Foote*  on  iron  oxide  is  shown.  An 
average  deviation  of  about  5°  from  the  curve  is  shown  by  the  individual 
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readings.  From  such  a  plat,  the  corrections  to  be  applied  to  radiation 
temperaturea  in  order  that  true  temperatures  may  be  obtained  may  be 
readily  determined.  Thus,  according  to  this  plat,  at  a  radiation  tempera- 
tureof  500"  C.  (773"  K.),  we  have  to  add  about33"  to  get  the  true  tempera- 
ture; for  600°  C,  35°;  for  750"  C,  39°.  These  correspond  to  an  emissive 
power  varying  from  somewhat  less  than  0.85  for  the  lowest  temperature 
to0.86for  the  highest  temperature.  For  the  lowest  of  these  temperatures, 
the  authors  have  assigned  a  total  emissive  power  of  0.85  and,  for  reasons 
we  need  not  consider  here,  for  the  highest  temperature  0.87.  Consider- 
ing difficulties,  especially  the  relatively  large  temperature  drop  between 
metal  iron  and  the  outer  surface  when  oxidized  as  shown  by  Burgess  and 
Foote,  this  is  not  a  bad  agreement  with  the  careful  work  by  Randolph  and 
Overholser"*  who,  apparently  not  aware  of  this  difference,  obtained  0.78 
and  0.79  respectively  for  oxidized  cast  iron  and  oxidized  steel  at  600°  C. 

Data  of  this  type  are  rather  meager.  There  should  be  mentioned, 
however,  among  recent  works,  including  those  already  alluded  to,  that 
by  Thwing"  on  molten  copper  and  molten  iron,  that  by  Burgess"  on 
molten  copper  and  cuprous  oxide,  that  by  Randolph  and  Overholser'^  on 
cast  iron  and  the  oxides  of  zinc,  aluminum,  copper,  nickel,  lead,  calorized 
copper,  ntonel,  calorized  steel,  brass,  cast  iron,  and  steel,  that  by  Burgess 
and  Foote'*  on  iron  oxideaod  nickel  oxide,  and  that  by  Foote"  on  platinum. 

The  question  might  well  be  asked,  why  we  pay  any  attention  to  such  a 
quantity  as  total  emissive  powersince  usually  we  obtain  it  from  measure- 
ments of  radiation  temperature  and  true  temperature.  The  answer  is 
that  emissive  powers  give  to  the  individual  who  tries  to  compare  various 
radiating  substances  and  to  rate  them  accordingly,  a  more  convenient 
and  significant  basis  for  these  purposes  than  does  a  statement  of  the 
radiatioD-t^uperature  true-temperature  difference. 

Solar  Radiation  Temperature. — As  another  application  of  radiation 
pyrometers,  which  for  this  type  of  work  are  usually  known  as  pyrheli- 
ometers,  there  are  the  investigations  of  Pouillet,  Langley  and  others,  and 
finally  of  Abbot,  Fowle,  and  Aldrich,"  on  the  intensity  of  the  solar 
radiation  and  the  radiation  temperature  of  the  sun.  The  work  in  this 
ease  has  been  greatly  complicated  by  the  fact  that  all  observations  were 
necessarily  made  with  a  great  thickness  of  the  earth's  atmosphere  be- 
tween the  observer  and  the  source.  In  order  to  take  account  of  the 
absorption  of  the  sun's  radiation  by  the  earth's  atmosphere,  Abbot, 
Fowle,  and  Aldrich  have  used  stations  at  Mt.  Whitney  and  Mt.  Wilson, 
in   California,   Bassour,   Algeria,   and  Washington,  D.  C,  which   are 

»  Pkjia.  Ro).  [2]  (1913)  2,  144.  "  Loe.  eU. 

"  V.  S.  Bureau  of  StaDd&rda  BuU.  6  (1910)  111.  '■  Loc.  cU. 

■•  U.  8.  Bureau  of  Standards  BvU.  11  (1914)  41;  BuU.  12  (1915)  83. 

"  U.  8.  Bureau  of  StBudards  BvU.  11,  607. 

"  Annedt,  Afrtrophys.  Obs.,  Smitheonian  Inst.,  3  and  3;  Abbot:  "The  Sun." 
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approximately  3  mi.,  1  mi.,  ^  mi.,  and  0  mi.,  respectively,  above  sea 
levei.  The  precise  method  of  obtaining  the  transnuBsion  of  the  earth'6 
atmosphere  will  be  foiuid  in  the  paper  already  referred  to  and  probably 
in  another  paper  to  be  presented  at  this  symposium.  With  such  integral 
transmissions,  it  is  theoretically  simple  to  obtain  the  radiation  tempera- 
ture of  the  sun,  as  viewed  outside  the  earth's  atmosphere  Ta  from  the 
radiation  temperature  at  the  earth's  surface  l^a  observed  with  a  cali- 
brated pyrheliometer.    Evidently 

1^a  =  VtTs  (13) 

where  t  is  the  total  transmission  of  the  earth's  atmosphere. 

The  method  employed,  however,  has  been  somewhat  different.  In 
calibrating  pyrheliometera,  instead  of  sighting  the  receiver  on  a  calilHuted 
black  body,  heat  was  usually  developed  electrically  at  known  rates 
within  it,  and  the  effect  on  the  recording  instrument  noted.  It  is  this 
effect,  suitably  chosen  in  the  calibration  work,  that  was  compared  witl) 
the  effect  noted  when  the  pyrhehometer  was  sighted  at  the  sun.  Thus 
there  were  obtained  measurements  in  absolute  units  of  the  sun's  radisr 
tion  at  the  various  stations.  For  instance,  during  a  certain  interval 
on  Sept.  5,  1912,  at  Mt.  Wilson,  the  pyrheUometer  indicated  that  radia- 
tion was  being  received  at  a  rate  given  by  1.264  -  ,-■  .  -  jtheint^ral 
transmission  of  the  atmosphere  was  found  to  be  63.8  per  cent,  at  this 

time.    There  results  by  simple  division  1,985  —  , — -. —    For  the  average 
cm.'  mm, 

for  the  day  in  question,  2.014-     , — .—  was  obtained.    From  results 
^        ^  '  era.*  min. 

extending  over  many  years  Abbot,  Fowle,  and  Aldrich  have  arrived  at 

1.932—; — .    as  giving  the  most  probable  value  according  to  th«r  ob8e^ 
cm.'  min.     =-      =  r 

vations.    Combining  this  with  149,560,000  kra.  as  the  mean  radius  of  the 
earth's  orbit,  and  696,000  kra.  as  the  mean  solar  radius,  and  using  equa- 
tion (3)  with  5.70  X  10-"   -^ff—.,  or  what  is  the  same  thing  81.8  X 
^  '  cm.*  deg.*'  " 

IQ-it  -  --_-.  -  ,  — i  as  the  up-to-date  value  of  c,  one  obtains  5750°  K. 
cm.*  min.  deg.* 

as  the  radiation  temperature  of  the  sun. 

The  determination  of  the  true  temperature  of  the  sun  is  a  matter  of 
great  scientific  interest.  It  appears  not  to  be  possible  to  make  use  of 
any  total  emissive  power  in  connection  with  the  radiation  temperature 
obtained,  for  from  our  present  understanding  of  the  situation,  the  radia- 
tions in  different  parts  of  the  sun's  spectrum  effectively  have  their  sources 
at  different  depths  within  the  sun  and,  therefore,  at  different  tempera- 
tures. Attempts  have  been  made  to  determine  true  temperatures  from 
other  points  of  view  than  that  of  the  total  radiation.    Generally,  as  was 


iyCoot^lc 


A.   0.   WORTHING  381 

expected,  they  have  given  temperatures  noticeably  in  ^cess  of  the  radia- 
tion temperature  values,  in  the  neighborhood  of  6200°  K.  to  7000°  K. 

Spectral  Ehibsivb  Powers 
The  theoretical  basis  underlying  spectral  emissive  power  measure- 
ments is  given  by  Planck's  equation,  a  law  mathematically  formed  that 
gives  very  closely  the  spectral  distribution  of  radiant  flux  found  for 
black-body  radiation.    It  is 

J  =  ciX-s  -^ —  (14) 

fixr-  1 

in  which  J  represents  the  spectral  intensity  of  the  radiant  flux  at  wave- 
length X  and  temperature  T,  e  the  base  of  natural  logarithms,  and  Ci  and 
Ct  constants.  For  a  black  body  at  2450°  K.,  this  equation  is  graphically 
represented  by  curve  b  of  Fig.  1.  The  various  ordinates  /  of  this  curve 
represent  the  relative  heating  effects  associated  with  the  corresponding 
wave-lengths.  Curve  c  represents  the  spttotral  distribution  of  radiant 
flux  from  a  black  body  at  2500°  K.  Equation  (14)  shows  not  only  how 
J  varies  with  wave-length  X  at  any  one  temperature  T  but  also  how  it 
varies  with  the  temperature  T  at  any  one  wave-length.  Thus  curves  b 
and  c  show  that  at  0.467*1,  for  instance,  the  values  of  /  at  2450°  and 
2500°  K.  are  in  the  ratio  2.51  and  at  0.665*1  in  the  ratio  1.76.  This  latter 
characteristic  of  Planck's  law,  representing  the  variation  with  temperar 
ture,  is  the  one  of  vital  importance  in  the  theoretical  discussion  of  spectral 
emissive  powers. 

The  corresponding  spectral  radiant^flux  curve  of  a  non-black  body 
may  be  represented  by  a  similar  equation 

Jn  =  t^J  =  t^CiX-*  -^ Q5J 

e>-r-  1 
in  which  an  added  term  t^,  the  emissive  power  of  the  non-black  body  at 
wave-length  X  is  included.  Ordinarily  cx  i^  ^  variable  changing  both 
with  temperature  and  wave-length.  Curve  a  of  Fig.  I  represents  such  a 
distribution  for  tungsten  at  2450°  K.  The  ratio  of  an  ordinate  of  this 
curve  for  any  given  wave-length  X  to  the  corresponding  ordinate  of  curve 
b  gives  «x  for  tungsten  at  2460°  K.  at  that  wave-length.  Thus  for 
0.467*1  and  0.665*i  we  have,  respectively,  0.464  and  0.428  as  the  corre- 
sponding emissive  powers  of  tungsten  at  2450°  K. 

In  any  special  case  where  the  product  ^L,  the  exponent  of  e  in  the 

equations  (14)  and  (15),  is  more  than,  say  6,  the  term  —1  may  be 
neglected  without  appreciable  error.  For  this  hmit,  the  error  introduced 
in  /  or  Jn  is  about  0.25  per  cent.  For  this  condition,  which  includes  all 
optical  measurements  where  X  does  not  exceed  0.7*i  up  to  temperatures  of 
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about  3500°  K,,  the  simplified  approximation  known  a^  Wien's  equa- 
tion is  employed.     We  then  have 

J  =  c,\-»c"xr  ■  (Ifl) 

and 

Jn  =  ti.J  =  exCi\"*e~xr  (17) 

Since  for  most  pm-poses  these  equations  are  accurate  well  within  the 
limits  set  by  the  uncertainties  of  experiment,  we  shall  assume  these  latter 
equations  for  the  further  discussion,  with  the  understanding  that  tlie 
reasoning  employed  may  be  carried  without  loss  of  generality  to  the  cases 
where  Planck's  equation  must  be  used. 

For  the  further  consideration  of  spectral  emissive  powers,  let  us 
consider  the  disappearing-filament  type  of  pyrometer,"  in  which  one 
views  through  a  more  or  less  monochromatic  screen  a  pyrometer  filament 
projected  against  the  object  whose  temperature  is  being  measured. 
Several  precautions'*  should  be  observed  in  using  such  an  instrument, 
primary  among  which  are  the  keeping  of  the  entrance  cone  angle  constant 
and  the  obtaining  of  an  axial  alignment.  The  setting  of  the  instrument 
consists  in  changing  the  current  through  the  pyrometer  filament  until  it 
disappears  against  the  background.  In  the  operation,  we  are  not  directly 
concerned  with  distributions  given  by  the  curves  of  Fig.  1.  Instead  we 
are  directly  concerned  with  spectral  distributions  of  luminous  flux,  or 
more  truly  the  spectral  brightness  distributions,  such  as  are  shown  in 
Fig,  2,  the  equations  for  which  are  usually  derived  from  the  relation 
h'  =  VJ  (18) 

where  b',  a  quantity  like  J  varying  with  wave-length  and  temperature, 
represents  the  luminosity  or  luminous  effect  of  the  radiation  associated 
with  the  heating  effect  J.  V^  represents  the  visibility,  s  factor  varying 
with  the  wave-length,  which  permits  of  a  mathematical  representation  for 
the  spectral,  brightness  distribution  when  once  the  spectral  distribution  of 
the  radiant-fiux  emission  density  is  known.  Thus  the  curves  of  Fig.  2, 
may  be,  and  actually  were,  computed  from  the  data  used  in  platting  the 
curves  of  Fig,  1,  and  the  values  of  relative  visibility  accepted  by  the 
nomenclature  and  standards  committee  of  the  Illuminating  Engineering 
Society. "  Equations  for  the  spectral  brightness  distributions  of  a  black 
body  and  a  non-black  body  follow  at  once  from  the  last  three.  Since  1 1, 
changes  with  wave-length  only,  it  is  evident  that  the  ratio  of  an  ordinate 
of  curve  a  of  Fig.  2,  to  the  ordinate  (rf  curve  6  for  any  wave-length  is  the 
same  as  the  corresponding  ratio  for  curves  a  and  b  of  Fig.  1.    Thus  at 

"Forsythe:  BtiJl.  153  (September,  1919). 

i>  Worthing  and  Foraythe:  Phy».  Rei>.  [2|  (1914)  4,  163. 

Hyde,  Cady  and  Forsythe:  Aatropkys.  Jta.  (1915)  i3,  303. 
■'  rron»  111.  Engng  Soc.  (1918)  13,  512. 
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0.467^  and  O.GGSn,  the  ratio  of  the  ordinates  deternuDed  visually  are  also 
0.464  and  0.428. 

In  case  the  diBappearing-filameot  pyrometer  is  provided  with  a 
spectrometer  so  that  the  ImninoiiB  flux  employed  in  the  determination  of 
emissive  powers  or  of  temperatures  is  quite  homogeneous,  it  is  merely 
necessary  to  determine  the  ratio  of  the  luminosity  of  the  non-black  body 
at  the  desired  wave-length  to  the  corresponding  luminosity  of  a  black 
body  at  the  same  temperature.  The  working  equation  becomes  merely: 
b', 
*^=  h' 

There  ie,  of  course,  no  question  then  ea  to  what  wave-length  to  ascribe 
the  emissive  power  determinations. 

In  case  the  disappearing-filament  pyrometer  is  not  so  provided  with  a 
spectrometer  and  the  comparisonB  of  black-body  and  non-black-body 
radiations  are  made  with  a  considerably  extended  spectral  range  of  wave- 
lengths, the  procedure  is  not  so  simple.  So-called  monochromatic 
screens,  usually  transmitting  a  considerable  range  of  wave-lengths  at  the 
red  end  of  the  spectrum,  are  commonly  used  in  order  to  eliminate  color 
differences  between  the  source  and  the  pyrometer  filament.  What  is 
really  compared,  in  this  case,  is  a  certain  brightness  of  the  non-black 
body  with  that  of  a  black  body  at  the  same  temperature;  the  ratio  repre- 
sents an  average  emissive  power,  and  as  such  must  naturally  be  ascribed 
to  some  wave-length.  For  a  particular  so-called  monochromatic  screen 
one  nuight  expect  this  wave-length  to  change  with  a  change  in  the  tempera- 
ture of  the  sources.  This  is  the  case.  How  It  changes  with  the  temperar 
ture  will  be  discussed  later.  Up  to  within  a  few  years  it  was  assumed, 
questioningly  in  many  cases,  that  the  wave-length  to  be  used  is  that 
which  visually  appears  to  be  at  the  center  of  the  transmitted  band  on 
the  passage  of  the  flux  through  a  spectrometer.  On  this  assumption, 
one  naturally  proceeds  using  equation  (19)  just  as  in  the  case  where  the 
transmission  band  is  hmited  by  means  of  a  spectrometer. 

Just  as  in  measuring  non-black  bodies  with  the  total  radiation 
pyrometer  we  make  use  of  radiation  temperatures,  so  here  we  use  a 
similar  quantity' called  brightness  temperature.'"  It  Is  defined  by  the 
equation: 

6'«  =  V^f,,ci\~*e-kr  =  V^c,\-^e->.s  (20) 

or  more  simply  by 

r-l  +  c'"^  01) 

where  S  is  the  brightness  temperature  at  wave-length  X  corresponding  to 
the  true  temperature  T.    This  is  analogous  to  equation  (6),  relating 

"Hyde,  Cady  and  Fomythe:  Phys.  Rev.  [2|  (1917)  10,  395. 
Hyde:  Bvil.  153  (September,  1919). 
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to  total  radiation  pyrometry.  As  in  the  application  of  the  former  equa- 
tion, we  may  determine  S  in  terms  of  T  without  consideration  of  «x 
or  we  may  determine  *).  in  terms  of  T  without  consideration  of  8.  The 
determination  of  either  e^  or  S  Bs  a.  function  of  7*  is  effectually  also  a 
determination  of  the  other  ose  of  the  two  quantities  as  a  function  of  T, 
since  the  one  unknown  may  at  once  be  obtained  with  the  aid  of  equation 
(21).  As  is  true  of  total  emissive  powers,  it  is  likewise  true  of  spectral 
emissive  powers  that  their  values  give  a  more  convenient  and  significant 
basis  for  comparing  radiating  substances  than  do  statements  of  differ- 
ences between  brightness  temperatures  and  true  temperatures. 
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INUH    ACCOKDINO    TO    UEABUREUENTfl    UADB    WITE 
HETERB    WITH     RED-OLASS     ABBORBINQ     SCREENS. 

X  .  Waidnbr  and  BDROBee;  —  ,  Menveneall;  +  ,  Spencb, 

Ex^fHmenUH  Methods  and  Resviia.—In  the  experimental  work,  the 
greatest  difficulty  is  experienced  in  determining  the  true  temperature 
of  the  material  investigated.  In  connection  with  their  original  work  on 
the  disappearing-filament  pyrometer,  Holborn  and  Kurlbaum"  investi- 
gated the  radiation  properties  of  platinum  and  palladium,  obtaining  S  aa 
a  function  of  T.  This  was  accomplished  by  forming  an  enclosure  of 
platinum  sheet  that  was  heated  electrically.  True  temperatures  were 
measured  by  means  of  a  thermocouple,  one  junction  of  which  was  located 
within  the  enclosure.  Brightness  temperatures  were  measured  by  sight- 
ing a  pyrometer,  previously  calibrated  against  a  black  body,  on  the  outer 
surface  of  the  enclosure.    Their  results  are  incorporated  in  Fig.  5,  along 


"  Ann.  Phys.  [4]  (1903)  10,  225. 
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with  the  results  of  Waidner  and  Burgess,^'  who  somewhat  later  used 
essentially  the  same  method,  and  of  Mendenhall''  and  Spence,**  both  of 
whom  made  use  of  a  wedge  opeoii^  to  be  described  presently.  Due  to 
lack  of  specification  of  the  characteristics  of  the  so-called  monochromatic 
screens  used,  it  is  impossible  to  be  sure  to  what  wave-lengths  the  measured 
brightness  temperature  should  be  ascribed.  On  the  assumption  that  the 
monochromatic  screens  were  much  the  same  and  that  the  wave-length  to 
which  these  should  be  ascribed  is  roughly  O.66/1,  the  value  assumed  by 
Waidner  and  Burgess,  these  results  lead  to  approximately  0.36,  0.32,  and 
0.29  as  the  emissive  powers  at  1000°  K.,  1400°  K.,  and  1800°  K.,  reapectively. 
Eimissive  power  detcrminatioQ  using  a  spectrophotometer  have  been 
carried  out  by  Stubbs  and  Prideaux"  on  liquid  and  solid  gold  and  by 
Stubbs*'  on  hquid  and  solid  copper  and  silver.  Bidwell*^  determined,  with 
a  disappearing-filament  pyrometer,  the  spectral  emissive  powers  of  sUver, 
gold,  copper,  steel,  and  nickel.  In  the  three  last  mentioned  investi- 
gations, temperatures  were  obtained  from  thermocouples  embedded  in 
the  heated  material. 

Mendenhall*^  seems  to  have  been  the  first  to  suggest  a  fundamentally 
sound  way  to  eliminate  uncertainties  as  to  the  true  temperature  of  the 
radiating  material  being  investigated.  This  he  accomplished  by  means 
of  a  narrow  wedge  opening  formed  by  folding  on  itself  a  sheet  of  the 
materia]  being  studied.    Regarding  this  he  says: 

The  device  to  be  described  promiseB  to  be  of  eome  value  because  it  eiublea  one 
with  a  oahbnted  optical  pyrometer  to  determine  the  true  temperature  of  a  radiating 
aurfaoe.  It  is,  of  coune,  nothing  but  a  apecial  scheme  for  obtaining  the  KiichboCf 
blaek-body  conditions — s-  black  body  being  defined,  as  usual,  by  the  conditions,  a  •■ 
sboocptive  power  =  1;  it  will  h&ve,  of  course,  the  maximum  possible  emissive  power 
at  any  temperature.  The  special  scheme  referred  to  is  showp  in  Fig,  6  (this  paper) 
where  F  is  a  flat  conducting  ribbon,  heated  by  a  longitudinal  electric  Qurrent,  as 
shown,  and  folded  on  a  line  parallel  to  the  length  so  that  the  resulting  cross-section 
perpendicular  to  the  current-flow  is  a  very  narrow  V— say  with  about  10°  angular 
opening.  If  the  ribbon  is  of  uniform  thickness  and  width,  it  will  b  e  raised  to  a  uni- 
form temperature  by  a  given  current,  except  near  the  ends.  The  inside  of  the  V  might 
be  then  expected  to  be  a  close  approximation  to  a  black  body,  or  total  radiator, 
since  it  has  but  a  small  opening  and  uniformly  heated  walls,  and  if  this  were  so, 
observations  on  it  with  an  optical  pyrometer  would  give  the  true  and  not  the  "black- 
body"  (brightness)  temperature  of  its  inside  walls.  The  outside  of  the  V  will  give 
radiation  characteristics  of  the  material  of  the  ribbon,  and  could  be  used  to  study 
this  radiation;  but  before  we  can  draw  conclusions  as  to  the  temperature  of  the  out- 
side surface  we  must  evidently  consider  two  questions: 

"  U.  S.  Bureau  of  Standards  Bwii.  3  (1907)  163.    "  Astrophyt.  JrU.  (1911)  88,  191. 
•*  Aitrophya.  Jni.  (1913)  57,  194.  »  Proc.  Roy.  Soc.  Lond.  (1912)  87A,  461. 

"  Ptoc.  Roy.  Soc.  Lond.  (1913)  88A,  195.  "  Pkyi.  Rsc.  12]  (1914)  S,  439. 
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1.  How  closely  does  the  radiation  from  the  inside  of  the  V  approKtmate  thttolt 
black  body  at  the  temperature  of  the  inside  walls? 

2.  How  much  real  temperature  difference  is  there  between  the  inside  and  outeidi 
surface  of  the  wall  of  the  V? 


Fia.  6.— Wbdob 


The  fiiBt  of  these  two  questions  was  answered  by  considering  the 
building  up  of  radiation  within  the  V-opening  to  black  radiation.  In 
Fig,  7,  a  V-opening  is  formed  by  bending  a  specular  reflecting  sheet. 
Points  A,  B,  C,  D,E,  andf  are  points  of  reflections  for  a  ray  which  may  be 
imagined  as  entering  at  P.  If  the  material  of  the  V  is  radiating,  in  con- 
sequence of  its  temperature,  for  any  range  of  wave-lengths,  the  brigbt- 


PlO.    7. — DlAQRAU  SHOWING 


ness  of  the  point  F,  as  viewed  from  Q  may  be  considered  as  made  up  of 
various  components:  first,  that  due  to  the  natural  radiation  from  ^, 
second,  that  due  to  the  natural  radiation  from  E  reflected  at  F,  third 
that  due  to  the  natural  radiation  from  D  which  is  twice  reflected  at  E 
and  at  F,  etc.  Limiting  ourselves  to  a  small  wave-length  interval,  remem- 
bering according  to  Kirchhoff 's  law  that  the  reflection  factor  rj,  is  equal  t« 
1  —  cx,  and  representing  by  b'  the  spectral  brightness  of  a  black  body  at 
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the  temperature  of  the  material  of  the  V,  and  by  6"  the  corresponding 
spectral  brightness  of  the  point  F  as  viewed  from  Q  we  have, 

h"  =  ej>'  +  r^tyb'  +  r\t>,b'  +  .    .    .    .  r\txb'  =  b'(l  -  r\) 
With  a  V-opening  of  10°,  as  suggested  by  Mendenhall,  n  will  be  equal  to 
18.    Thus  with  r^  equal  to  0.7  (about  that  for  the  material  used  originally 
by  Mendenhall)  , ,   is  found  to  be  99.8  per  cent.,  that  is  the  radiation 

from  the  V-cavity  may  be  said  to  be  99.8  per  cent,  black,  a  satisfactory 
approach  to  black-body  radiation. 

The  second  question  relating  to  the  temperature  difference  between 
the  inside  and  the  outside  of  the  V-opening  was  settled  by  computing  the 
difference  in  temperature  from  the  known  dimensions,  the  electrical  input, 
and  the  thermal  conductivity  of  the  material.  For  the  platinum  wedges 
used,  Mendenhall  found  a  difference  of  the  order  of  a  few  tenths  of  a 
degree.  His  results  on  platinum  agreed  quite  well  with  the  previ- 
ously mentioned  results  by  Holborn  and  Kurlbaum  and  by  Waidner 


Fro,  8. — Pyrometer  filauent  projected  against  hole  and  surface  of    a 

PERFORATED  TtTBULAR  TUNC8TBN  FILAMENT  AS  BACKGROUND,  AS  USED  IH  EMISSIVE 
POWER  DETERMINATIONS  OF  TUNGSTEN. 

and  Burgess  (see  Fig.  5).  Later  Mendenhall  and  Forsythe"  applied 
this  method  with  considerable  success  to  tungsten,  tautalum,  molybdenum, 
and  carbon. 

While  the  V-method  of  obtaining  the  true  temperature  of  the  material 
being  investigated  was  theoretically  a  considerable  advance,  it  left 
some  uncertainties.  The  method  demanded  a  uniform  temperature  over 
a  relatively  large  plane  surface.  Moreover,  in  certain  cases,  particularly 
in  connection  with  tungsten,  trouble  was  experienced  due  to  the  two 
separate  sheets,  found  necessary  at  that  time  in  making  up  the  Y,  separat- 
ing 80  ae  to  leave  a  gap  between  the  two  parts. 

The  question  of  the  emissive  power  as  a  function  of  the  temperature, 
and  therewith  also  the  relation  between  brightness  and  true  tempera- 
ture, for  tungsten  has  also  been  attempted  by  the  writer.'"     It  is  believed 

"Aitrophyt.  Jul.  (1913)  37,  380.  "PAjis.  Rev.  12J  (1917)  10,  377. 
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that  ID  SO  doiDg  the  uncertaintieB  occurring  in  the  work  using  the  V- 
method  have  been  largdy  eliminated.  In  this  work  long  tubular  fila- 
ments with  small  holes,  Fig.  8,  penetrating  the  side  walls  at  various  places 
have  been  used.  Here  again  the  desirability  of  the  method  has  depended 
on  the  fact  that  we  have  accurate  means  of  measuring  the  temperature 
of  the  material  being  studied.  In  general  terms,  the  procedmre  consisted 
of  determining  with  an  optical  pyrometer  the  ratio  of  the  brightness  of 
the  filament  surface  adjacent  to  a  h(de,  to  the  brightness  of  the  hole,  in  a 
region  suitably  chosen  from  the  standpoint  of  constancy  of  temperature, 
when  the  filament  waa  heated  to  incandescence  in  a  vacuum  or  in  an 
atmosphere  chemically  inert.  On  the  assumption  that  the  radiation 
from  the  hole  is  black  and  that  there  is  a  n^ligibly  small  difference  of 
temperature  between  the  interior  and  the  surface,  such  a  ratio  represents 
an  emissive  power  for  a  wave-length  depending  on  the  light  transmitted 
by  the  pyrometer  glass  screen  and  for  a  temperature  corresponding  to 
that  of  the  radiation  from  the  hole.  This  latter  temperature  was  ob> 
tained  in  the  standard  manner  with  the  aid  of  Wien's  law  by  comparing 
the  black  radiation  with  that  from  a  calibrated  black  body  of  the  ordinary 
type  at  the  palladium  point.  A  brightness-temperature  true-temperature 
relation  follows  simply. 

Several  sources  of  error  were  of  course  necessarily  considered  and 
corrections  were  made  on  account  of  two  of  these;  one  on  the  difference 
in  temperature  between  the  interior  and  the  exterior  surfaces  of  the  tubu- 
lar filament,  the  other  for  the  lack  of.  monochromatism  in  the  fight  used. 
These  correction?  were  both  small;  the  first  correction  was  by  far  the 
more  important,  A  formula  proposed  by  Mendenhall  and  used  by 
Angell,"  together  with  data  previously  obtained  by  the  writer"  were 
used.  How  important  this  correction  was  is  shown  in  a  later  figure 
giving  emissive  power  results.  The  latter  correction,  one  essentially 
of  determining  to  what  wave-lengths  measured  results  shall  be  applied, 
will  be  now  considered. 

In  Fig.  9,  exaggerated,  curvesa,  ft  y  and  S  represent  for  a  given  filament, 
at  a  temperature  T,  certain  spectral  brightness  6'  distributions  rdated  to 
the  luminous  flux  transmitted  through  the  pyrometer  system  including 
the  colored-glass  screen  at  the  eyepiece.  Let  a  refer  to  the  black-body 
radiation  at  the  temperature  T  coming  from  a  hole  in  the  filament  wall ; 
$  the  natural  tungsten  radiation  arising  from  the  adjacent  external  sur- 
face; 7  the  radiation  from  a  black  body  having  the  temperature  S,  the 
measured  brightness  temperature  of  the  natural  tungsten  radiation; 
and  S  that  black-body  radiation  whose  relative  brightness  distribution 
is  the  same  as  that  given  by  /3.    These  diagrammatic  distributions  assume 

•_'  Phift.  Rtf.  (1911)  88,  421.  "  Phyt,  Reu..l2]  (1914)  4,  63fi. 
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the  possibility  -of  color  matching  the  tUDgsten  radiation  with  black-body 
radiation.  Thus  curve  5  is,  ac(»)rdiDg  to  Hyde,  Cady  and  Foraythe,'* 
the  brightnees  distribution  of  a  black  body  at  a  temperature  given  by 
the  color  temperature  of  the  natural  radiation.  Evidently,  from  the 
definition  of  brightness  temperature,  the  areas  included  under  curves  0 
and  y  are  equal.  It  is  also  evident  tb^t  only  at  the  wave-length  X'  is 
the  brightness  temperature  of  the  natur^  radiation  equal  to  S,  being 
progressively  leas  than  jS  as  the  wave-length  is  increased  beyond  \'  and 
progressively  greater  than  S  as  the  wave-length  is  decreased  below  \'. 


Fjo.  6. — Various    sfbctbai.  bbiobtnesb,  6',  dihtbibdtions  coNNEfTriiD  with 

TUNQTTEN  FILAMENTS,  WHICH  ARB  HELPPni.  IN  DBTBDMIKIMO  THE  WAVK-LEMaTH 
TO  WBICH  TO  ASCRIBE  BRIOHTNESS  TEHFERATCRB  UEASnRXMIiNTa. 

Representing  by  &*„,  b'g,  etc.,  values  of  b'  corresponding  to  curves 

a,  &,  etc,  and  by  6„,  etc.,  the  total  brightnesses  I  b'^\  etc.  we  then  have 

%  =  h^  (23) 

where  in  the  first  member  X,  of  course,  refers  to  any  wave-length  within 
the  range  concerned.  The  last  of  these  equations,  according  to  Hyde, 
Cady  and  Forsythe,"  is  also  the  defining  equation  of  the  effective  wave- 
length of  the  pyrometer  screen  for  black-body  radiation  for  the  tempera- 


•*PAy«.  Ree.  [2l  (1917)  10,  895.  "  Aitrophva.  Jnl.  (1915)  i2,2M. 
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ture  interval  given  by  curves  y  and  S.  It  follows,  therefore,  that  the 
wave-length  X'  to  which  the  brigbthess  temperature  ^S  is  to  be  ascribed 
is  the  effective  wave-length  of  the  screen  for  black  radiation  in  going 
from  the  brightness  temperature  of  the  tungsten  to  its  color  temperature. 
In  the  writer's  work,  X'  for  tungsten  has  varied  from  0.6662fi  at  1600°  K, 
true  temperature  to  0.6628/1  for  3200°  E. 
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DecnaK. 

D    A   COMPUTED    PSEUDO-EMISSIVE    POWER 

IE   TEUFERATUBE    AT  0.665m   AITO  0.4fl7(t 

MUCK  STKIATKD  BUISS;   +   VALCW 

r  uvea  STRIATED  sulbh;  "  values  obtainxd  oh 

Jl    BITLBh;    •    VALUES     OBTAINED     AT    SOOU   TEM- 
a,  a',  WEIOBTED  CURVES  FOR  DATA  OBTAUnD;^'. 

MONocHRouATtaH  FOR  THE  cvioL  qlasb;  c,  c', 
tr  teupbratdrb  between 


Having  once  determined  V,  the  method  of  determining  Sn,  the  bright- 
ness temperature  that  will  correspond  to  some  common  wave-length  Xi 
arbitrarily  chosen,  is  simple.  It  consists  in  finding  the  temperature  of 
a  black  body  corresponding  to  70  (Fig.  9).  Choomng  Xo  as  0.665fi 
means,  in  the  writer's  work,  that  the  values  of  iSo  —  S  for  tungsten  for 
red  light  are  respectively  +0,2''  and  —  1.4°  at  true  temperatures  1600° 
and  3200"  K.  The  corrections  for  the  blue  uviol  screen  are  somewhat 
greater. 

In  a  similar  way,  the  wave-length  to  which  to  ascribe  the  emiasve 
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power  measurement  may  be  determined.  Imagine  another  spectral 
brightness  distribution  curve  added  to  the  somewhat  complicated  figure, 
which  wiU  enclose  underneath  it  an  area  equal  to  that  enclosed  by  (S, 
and  which  will  bear  the  same  relation  to  a  that  e  does  to  S.  Call  this 
curve  /y.  The  ratio  of  its  ordinates  to  that  of  a  will  everywhere  be  equal 
to  the  measured  emissive  power.  It  will  cross  the  curve  ^  at  some  wave- 
length X".  Evidently  at  this  wave-length  only  ia  the  ratio  of  the  ordi- 
nate of  p  to  that  of  a  equal  to  the  measured  emissive  power.  Hence 
strictly  the  emissive  power  measured  should  be  ascribed  to  X".  As 
in  the  case  of  X'  just  described,  X"  may  be  showD  to  be  the  effective  wave- 
length for  the  optical  system  in  passing  from  distribution  a  to  distribu- 
tion S,  X"  is  slightly  shorter  than  X'.  On  considering  later  the  change 
in  emissive  power  in  going  from  0.665;i  to  0.467>i,  together  with  color- 
matching  possibilities,  it  will  be  seen  that  the  changes  in  the  emissive 
power  in  going  from  X"  to  Xo  are  very  small.  In  this  work  such  correc- 
tions at  0.665/1  were  inappreciable,  those  at  0.467X  were  just  appreciable, 
as  will  appear  later. 

The  emissive  power  results  are  given  in  Fig.  10.  In  accord  with 
what  has  previously  been  stated,  at  0.665/1  and  0.467;i,  the  emissive  powers 
for  2450°  K,  the  normal  operating  temperature  of  the  vacuum  tungsten 
lamp,  are  respectively  0.428  B,nd  0.464.  These  values  have  been  used  in 
computing  the  curves  a  of  Figs.  1  and  2.  It  is  evidently  now  possible, 
with  the  aid  of  equation  (21),  to  compute  for  tungsten  the  relation 
between  the  brightness  temperature  and  the  true  temperature,  the 
method  of  determining  to  what  wave-length  to  assign  the  brightness  tem- 
perature having  been  shown.  Previous  to  the  pubhcation  of  these  results 
{see  Table  2),  there  had  been  various  temperature  scales"  (relation 
between  the  brightness  temperature  at  some  wave-length  and  the  true 
temperature)  proposed  for  tungsten.  Each  of  these  appeared  to  be 
faulty  in  one  respect  or  another  in  comparison  with  that  reported  in 
Table  2.  As  a  consequence  thereof,  these  results  have  been  accepted 
by  the  laboratories  of  the  General  Electric  Co.  as  their  temperature 
scale  for  tungsten. 

For  other  methods  for  determining  emissive  powers,  reference  should 
be  made  to  papers  by  Langmuir,'*  Shackelford,*'  Hulburt,"  and  Weniger 
and  Pfund.**  In  Langmuir's  work  the  emissive  power  of  molten  tungsten 
was  determined  from  the  brightness  of  the  images  of  opposing  electrodes 


«  Pirani:  Phyi.  Z^l.  (1913)  IS,  753. 

Mendenhall  and  Foraythe:  Asttvphys.  Jid.  (1913)  37,  380. 

Pirani  and  Meyer:  EltklroUch.  u.  Matek.  (1915)  SS,  397,  414. 

Langmuir,  Phys.  Rev.  |2|  (1915)  6,  138  and  (1916)  T,  302. 
»•  Phys.  Ra,.  [21  (1915)  6,  183.  "  Phya.  Rm.  [2)  (1916)  B,  470. 

«  AtlTopkys  Jnl.  (1917)  4S,  149.         "  Jnl.  Frank.  Inrt.  (1917)  188,  384 
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in  a  tungsten  arc.  The  main  difficulty  with  this  method  lay  in  the  tem< 
perature  variations  across  the  arc  terminal  and  in  the  extraneous  bright* 
ness,  due  to  the  arc  proper.  Shackelford,  using  heUcal  tungsten  coils 
of  varying  pitch,  determined  with  the  aid  of  a  disappearing-filament 
pyrometer  the  ratio  of  the  externa]  brightness  to  the  maximum  internal 
helix  brightness  and  extrapolated  to  4.he  case  of  a  closed  cylinder  to  ob- 
tain emissive  powers.  In  theory,  the  method  is  very  nice,  though  one 
is  not  inclined  to  give  such  results,  when  unsupported,  the  fuU  confidence 
they  deserve.  The  actual  values  obtained  agreed  well  with  those  re- 
ported by  the  writer.  Hulburt  worked  in  the  uItra>violet  r^on  and 
used  the  photo-electric  effect  of  Buch  radiations.  Comparisons  were  made 
directly  with  a  black  body  operated  at  the  palladium  point.  Tempera- 
tures <tf  the  tungsten  filament  Were  obtained  from  other  work.  The 
actual  values  of  emissive  power  depend  considerably  on  the  accuracy  oi 
this  temperature.  Weniger  and  Pfund  have  worked  in  the  infra-red 
re^OD  of  the  spectrum.  They  measured  the  refiectivities  of  tungsten 
for  various  wave-lengths  directly.  From  KirchhofE'a  law,  it  follows  at 
once  that  unity  less  the  measured  refiectivities  give  the  corresponding 
emissive  powers.  Their  results  slightly  extrapolated  as  to  temperature 
have  been  used  in  computing  the  infra-red  parts  of  curve  a,  Fig.  1,  in 
which  is  given  the  spectral  radiant  flux  distribution  for  a  vacuum  tung- 
sten lamp  at  its  normal  operating  temperature. 


Tabui  2. — Emittire  Power  and  Allied  Data  Jot  Tung^an 


DtV^K. 

•.,™. 
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"■■tel'r' 

•\......^'> 

T.t 

1200 

0.458 

1150 

0.493 

1311 

0.391 

1600 

0.448 

1510 

0.484 

1620 

0.380 

1611 

2000 

0.438 

1858 

0.474 

2032 

0  370 

2031 

2400 

0.429 

2193 

0.465 

2448 

0.360 

2442 

2800 

0.419 

2S16 

0.455 

2868 

0.350 

3200 

0.400 

2826 

0.446 

3292 

0.340 

3600 

0.399 

3121 

0.436 

3720 

0.339 

3675* 

0.398 

3176 

0.435 

3800 

0.828 

*  Melting  point. 

t  Measurementa  uaing  integral  color  match  method,  according  to  Hyde,  Cad;  and 
Foraythe.. 

The  method  of  employing  emissive  power,  or  the  brightness-tempera- 
ture true-temperature  relation,  in  determining  true  temperature  when 
once  the  brightness  temperature  is  obtained  is  obvious.  For  example, 
suppose  it  is  desired  to  find  the  true  temperature  of  tungsten  at  its  meltr 
ing  point.  Suppose,  as  in  Table  2,  that  3176°  K.  is  the  observed  bright- 
ness temperature  of  just  molten  tungsten,  the  use  of  a  table  or  a  plat 
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giving  T  —  iS  or  €x  as  a  function  of  S  leads  either  directly,  or  through 
equation  (21),  to  3674°  E. 

Variations  in  Enmsive  Powers  of  Svbstancee. — There  are  many  possible 
types  of  variation  of  which  only  three  will  be  considered  here;  viz., 
variation  with  wave-length,  temperature,  and  angle  of  emission.  Data 
r^erring  to  certain  of  these,  particularly  that  due  to  temperature,  have 
already  been  given  at  least  in  part. 

One  of  the  most  fruitful  works  relating  to  emissive  power  variations 
was  the  derivation  based  on  Maxwell's  theory  which  was  obtained  by 
Drude.    It  is 

ft  =  const.  ^^  (25) 

where  p  is  the  resistivity  of  the  material  and  X  the  wave-length.  When 
p  is  measured  in  ohm  cm.  and  X  in  /i,  the  constant  is  numerically  equal 
to  0.365.  This  equation  has  been  subjected  to  a  very  great  number  of 
teste,  most  of  which  have  referred  to  measurements  at  moderate  tempera- 
tures. However,  measurements  at  high  temperatures  have  been  made; 
particularly,  the  works  of  Hagen  and  Rubens,*"  McCauley,*'  Weniger  and' 
Pfund**  may  be  referred  to.  Generally  speaking,  this  law  which  applies 
to  a  temperature  variation  as  well  as  a  wave-length  variation  has  been 
found  satisfactorily  fulfilled  at  long  wave-lengths,  usually  those  far  in  the 
infra-red,  beyond  14^  for  silver,  beyond  about  2>t  for  tungsten.  Devia- 
tions from  this  law,  as  one  proceeds  from  this  r^ion  to  the  near  infra- 
red, have  usually,  if  not  always,  become  greater  and  greater.  In  the 
near  infra-red  and  the  visible,  the  formula  generally  fails  completely,'  - 
the  variation  with  temperature  being  often  in  the  opposite  direction 
from  what  might  be  expected,  as  is  shown  by  the  results  on  platinimi 
and  tungsten  already  quoted.  Theories  of  atomic  structure  have  been 
productive  in  explaining  these  variations,  but  no  completely  satisfactory 
working  theory  for  this  region  of  failure  of  equation  (25)  has  yet  been 
developed. 

The  question  of  selectivity  of  radiation,  a  question  of  very  great 
practical  interest  to  incandescent-lamp  manufacturers,  is  in  a  broad 
way  likewise  connected  with  spectral  emissive  powers.  By  saying  that 
a  body  radiates  selectively,  we  mean  that  its  spectral  radiant-Sux  dis- 
tribution for  a  given  temperature  is  different  from  that  for  a  black  body 
at  the  same  temperature.  A  direct  method  of  testing  a  substance  for 
selectivity  would  be  to  compare  its  spectral  radiant-fiux  curve  with  that 
for  a  black  body  at  the  same  temperature.  Thus  we  might  compare 
curve  a,  Fig.  1,  with  curve  6.  .  If  in  so  doing  we  should  arbitrarily  plot 
the  data  represented  by  curve  a  in  such  a  fashion  that  it  coincides  with 
curve  b  at  one  point,  let  us  say  0.7 j»,  we  should  find  that  the  two  curves 

-Ann.  Pkyt.  (1903)  11,  888.       "  Asirophya.  Jrd.  (1913)  ST,  164.       "  Loe.  at. 
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would  not  continue  to  coincide  throughout  the  whole  range  of  wave-lenfth. 
We  should  find,  in  fact,  that  for  wave-lene;tbs  shorter,  than  0,7;*  the 
curve  for  tungsten  would  he  everywhere  above  the  curve  for  the  black 
body,  and  thatfor  wave-Iengthe  greater  than  0.7>t  the  curvefor  the  tui^- 
Bten  radiation  would  lie  everywhere  below  that  for  a  black  body.  In 
general,  the  discrepancy,  expressed  in  per  cent.,  would  become  greata-  and 
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greater  the  further  we  get  from  the  arbitrarily  chosen  wave-length  0.7*1. 
While  such  a  method  of  comparing  substances  is  the  most  direct,  it  gener- 
ally entails  a  great  amount  of  work  and  has  seemed  practically  impossible 
in  some  cases. 

There  is  another  method,  much  more  convenient,  dependent  on  the 
possibility  of  color-matching  various  light  sources,  a  method  that  seenu 
first  to  have  been  employed  by  Morris,  Stroud,  and  Ellis.*'  The  method 
has  been  developed  independently  by  Hyde  and  others'*  in  a  much 


"  Eke.  (1907)  B»,  584  and  624. 

"  Hyde:  Pkys.  Rev.  (1908)  27,  521;  Aslrophyi.  JrU.  (1912)  Sft,  89. 
Hyde,  Cady  and  Middlekauff:  Traw.  111.  Engng.  Soe.  (1909)  4,  i 
Hyde:  Jnt.  Frank.  Inst.  (1910)  169,  439;  (1910)  170,  26. 
Hyde,  Cady  and  Foraythe:  Phi/s.  Rts.  [2]  (1917)  10,  395. 
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more  far-reaching  way.  Data  obtained  by  them  for  various  light  sources 
are  ehowo  in  Table  3,  in  which  A;  represents  the  ratio  of  the  relative 
change  in  candlepower  /  to  the  accompanying  relative  change  in  wattage 
W  for  the  source  studied.  It  is  to  be  noted  that  proceeding  down  the 
table  there  is  a  like  progressive  change  in  this  quantity  K  as  well  as  in 
the  efficiency.  Both  of  these  quantities  may  be  used  in  determining 
selectivities.  In  particular,  values  of  efficiency  are  of  interest  in  that 
they  show  in  a  very  direct  and  convenient  manner  how  the  different 
sources  differ  in  their  methods  of  radiating  energy.  In  order  that  two 
sources  shaD  have  the  same  distribution  throughout  the  visible  spectrum 
and  have  different  efficiencies,  there  necessarily  must  be  a  difference  in 
the  infror-red  distribution.  Exactly  what  this  is  hke  for  the  case  of 
carbon  and  tungsten  is. well  shown  in  Fig.  11,  taken  from  a  paper  by 
Coblentz.  In  his  work,  the  color  temperature  seems  to  have  been  some- 
where in  the  neighborhood  of  2200°  K.  Taking  account  of  the  results 
given  in  Table  3,  we  should  expect  that  the  ratio  of  the  areas  included 

under  these  curves  should  be  about  t';  or  0.80.  This  ia  fairly  closely 
0.76,  the  vaJue  actually  obtained.  Just  how  data  of  thia  type  are  valuable 
to  the  lamp  industries  is  perfectly  evident.     The  table  shows  a  good 


Table  3. — Radiating  SeleeiiviHes  of  Various  Sources  at  Two  Color  Tern- 
peraiures,  according  to  Hyde 

T.  -  1700°  E.,  appniiimstclr   T,  -  2160*  K.,  ftpproiiniBtdy 


dl  idW      Effiriency  in       _      J/  /rfl 
~    ll  W  lumen*  '^~    J  /  V 


BUdt  body  oboerved 3.50 

Blaek  body  computed .     3.60 

Untreated  carbon 3.45 

Flashed  outon 3 .  35 

Graphitued  carbon i  3.10 

Platinum }  3.10 

Tantalum i  3.00 

Tungaten 2-85 

Oamium 2.85 


0,39 

2.75 

0.41 

2.65 

0.41 

2.75 

0.50 

2.35 

0.59 

2.40 

0.72 

2.40 

reason  (not  the  only  one)  for  the  transition  that  has  actually  occurred  in 
incandescent  lamps  from  the  use  of  untreated  carbon  to  flashed  carbon, 
to  graphitized  carbon,  to  tantalum,  and  finally  to  tungsten.  The  fact 
(hat  there  has  not  been  a  further  change  to  osmium  is  a  consequence  of 
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other  properties  (particularly  the  rate  of  vaporization),  which  oemjum 
posseaaes  to  a  less  favorable  extent  than  does  tungsten. 

From  the  standpoint  of  emissive  powers,  a  favorable  selectivity 
nieans  that  the  emissive  powers  of  the  substance  in  the  visible  spectrum 
are,  on  the  average,  greater  than  the  average  emissive  powers  in  the  infra- 
red spectrum;  and,  on  the  whole,  the  greater  the  favorable  selectivity 
from  the  light  production  point  of  view  the  greater  is  this  difference 
between  the  average  emissive  powers. 

Another  variation  of  emissive  powers  that  has  been  but  httle  studied, 
but  which  may  be  of  considerable  importance,  is  that  which  occurs  with 
a  change  in  the  angle  of  emission  of  radiation.  The  cosine  law  of  emission, 
the  standard  by  which  these  variations  are  measured,  was  first  enunciated 
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by  Lambert.  It  states  that  the  luminous  intensity,  or  candlepower,  of 
an  element  of  source  varies  as  the  cosine  of  the  angle  of-  emission;  a  con- 
sequence of  the  fact  that  the  element  of  source  when  viewed  at  greater 
and  greater  angles  of  emission  is  smaller  in  proportion  to  the  cosine  of 
the  angle.  Wherever  the  cosine  law  is  fuIfiUed,  a  source  appears  equally 
bright  from  all  directions.  Quantitative  measurements  relating  to  the 
fulfillment  of  Lambert's  law  seem  first  to  have  been  made  by  MoUer.** 
He  investigated  the  light  emitted  by  a  glowing  strip  of  platinum  and  con- 


"ATm.Phv-  (1886)24,266. 
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eluded  from  his  measuTementB  that  the  cosiDe  law  of  emission  was  ful- 
fiUed.  Later  Uljanin/*  as  a  result  of  computation  and  measurement, 
concluded  that  the  law  was  not  fulfilled  for  platinum,  but  that  for  certain 
wave-lengths  in  the  infra-red  there  was  an  increase  from  the  normal 
hr^htness.  for  a  zero  angle  of  emission  to  1.17  times  the  normal  brightnese 
for  an  angle  of  70°  decreasii^  at  somewhat  lai^er  angles.  The  writer*' 
has  also  made  measurements  of  this  kind  on  tungsten  and  carbon  at 
incandescent  temperatures.  Inasmuch  as  these  results  represent,  so 
far  as  the  writer  knows,  the  extremes  of  variation  found  as  well  as  repre- 
senting a  use  of  the  optical  pyrometer,  the  results  obtained  are  given  in 
Fig.  12.  It  is  to  be  noticed  in  this  connection  that  the  brightness  (tf 
tungsten,  viewed  at  an  angle  of  75°,  for  the  temperature  considered  is 
about  17  per  cent,  greater  than  the  brightness  viewed  normally.  With 
increase  of  the  ai^le  beyond  this,  there  occurred  a  more  or  less  gradual 
diminution  in  brightness  to  a  zero  value  at  90°.  For  carbon,  on  the  other 
hand,  a  gradual  falling  off  in  brightness  with  increasing  angles  of  emission 
was  observed,  even  at  small  angles  of  emission.  Using  the  data  given  in 
the  figure,  it  is  easy  to  show,  by  computation,  that  the  average  brightness 
of  tungsten,  taking  into  account  the  light  emitted  in  all  directions,  is  a 
trifle  more  than  5  per  cent,  greater  than  the  brightness  viewed  normally. 
What  has  been  said  very  definitely  shows  the  importance  in  all  optical 
pyrometric  measurements  of  noting  whether  observations  are  made 
normally  on  the  material  studied,  or  if  not,  at  what  angles  of  emission 
they  are  made. 

PsEDDo-BinseiVB  Power  Depending  on  Colob  op     - 

AN    iNCANDBeCBNT   BoDY 

The  possibility  of  color-matching  various  hght  sources  already  men- 
tioned leads  to  the  consideration  of  a  pseudo-emissive  power.  Consider 
in  this  connection,  curves  a  and  c,  of  Fig.  2,  which  represent  the  spectral 
brightness  distribution  of  tungsten  at  2450°  K.  and  a  black  body  at  2500° 
K.  at  which  temperatures  such  a  color  match  exists,  a  condition  sum- 
marized by  saying  that  the  color  temperature  of  tungsten  at  2450°  K.  is 
2500°  K.  Naturally,  it  follows  that  everywhere  through  the  visible  spec- 
trum the  ratio  of  the  spectral  brightnesses,  whatever  the  wave-length,  is 
constant  and  therefore  the  sameas  f or  the  total  luminous  flux.  This  ratio, 
as  can  be  readily  verified,  is  quite  closely  0.3SS.  It  represents  a  pseudo- 
emissive  power.  Representing  by  T,  as  before,  the  true  temperature  of 
the  tui^ten  filament,  by  Tcix,x^  its  color  temperature,  2500°  K.  in  the 
ease  noted  above,  by  t^  and  by  «'  the  spectral  emissive  power  and  the 
pseudoemissive  power,  and  by  Xi  and  X»  two  arbitrarily  chosen  wave- 
lengths, we  have,  following  the  applications  of  Wien's  equation. 


•  Arm.  Phyt.  (1897)  92,  528.  .    "  Aatropkyt.  Jtd.  (1912)  >«,  345. 
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n.e-x.r  =  t'(,^,,je-x.T,(xj.,,  (26) 

whence  by  elimination  of  t'(j„x,)  we  have 

1     1    ''^r 

'''  fc  -  X  j 

From  this  equation,  we  may  compute  the  color  temperature  as  a  func- 
tion of  the  true  temperature  from  such  data  as  are  given  in  Fig.  10.  Pro- 
vided the  true  temperature  scale  of  tungsten  is  known,  this  relation 
may  also  be  determined  by  a  direct  comparison  of  tungsten  with  a  black 
body  in  which  the  integral  luibinous  flux  is  used.  This  has  been  done 
by  Hyde,  Cady  and  Forsythe."  How  well  the  two  methods  agree  is 
shown  by  a  comparison  of  the  fifth  and  seventh  columns  of  Table  2.  It 
should  be  noted  that  these  results  refer  to  tungsten  and  not  to  tungsten 
lamps.  The  principal  difference  is  due  to  the  cooling  effects  in  the  neigh- 
borhood of  junctions  and  supports  and  the  selective  absorption  of  the 
glass  bulb  that  occur  in  lamps.  The  variation  of  f\,t,,  with  temperature 
for  tungsten  as  computed  by  means  of  equations  (25),  (26),  and  (27)  is 
also  shown  in  F^.  10  in  connection  with  the  true  emissive  powers.  For 
the  relation  between  brightness,  color,  and  true  temperature  for  tungsten 
lamps,  reference  must  be  made  to  the  paper  by  Hyde,  Cady,  and  Forsythe. 

A  method  of  determining  variations  in  pseudo-emissive  powers  that 
holds  rigidly  in  case  absolute  color  matches  exist  between  the  radiating 
source  and  a  black  body  at  appropriate  temperatures  makes  application 
of  what  Hyde**  has  called  criterion  1  in  his  synthetic  development  of 
radiation  laws.  In  case  a  rigid  color  match  cannot  be  obtained,  the 
variations  obtained  in  the  pseudo-emissive  powers  may  be  only  approxi- 
mate. The  fulfillment  of  the  criterion  requires  that,  when  a  radiating 
source  and  a  black  body  are  raised  from  one  condition  of  color  match 
to  another  color  match,  the  relative  increases  in  luminous  intensity,  or 
candlepower,  shall  be  the  same.  To  within  experimental  errors,  he 
found  that  tbi^  criterion  was  fulfilled  in  the  radiation  from  carbon  and 
from  tantalum.  In  the  case  of  tungsten,  however,  he  found  that  the  cri- 
terion was  not  fulfilled.  In  going  from  a  color  temperature  of  about  1740° 
K.  to  another  of  about  2130°  K.  there  was  found  -a  lack  of  fulfillment 
amounting  to  3.7  per  cent.  This  means  that,  when  tungsten  is  raised 
from  color  temperature  1740°  K.  to  color  temperature  2130°  K.,  the  rela- 
tive change  in  candlepower  is  only  96.3  per  cent  of  the  corresponding 
change  in  the  candlepower  of  a  black  body  raised  through  the  same  tem- 
**lM.aL  .     "  AalropAy..  JnJ.  (1912)  M,  89. 
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perature  range.  A  companBOQ  of  this  result  with  what  is  given  in  Table 
2  indicates  a  moderately  good  agreement.  From  the  data  given  in  the 
sixth  column,  one  would  expect  instead  of  96.3  per  cent,  something  like 
.'  _„  or  97.6  per  cent.     How  much  of  this  difference  may  be  ascribed  to 

experimental  error  and  how  much  to  an  inability  to  obtain  a  perfect 
color  match  is  of  course  uncertain.  The  agreement,  everything  consid- 
ered, is  quite  satisfactory  and  the  method  may  be  looked  upon  as  one 
of  considerable  value  in  studying  other  substances. 

Conclusion 

In  conclusion,  it  may  be  said  that  a  knowledge  of  the  temperature 
relation  for  non-black  bodies  is  necessary  if  industrial  processes  and  prod- 
ucts are  to  be  satisfactorily  described  and  standardised;  that  the  true 
temperature  in  a  broad  way  is  the  reasonable  basis  on  which  to  coordinate 
such  data;  that  a  study  of  emissive  powers  total,  spectral  and  peeudo, 
or  of  the  radiation-temperature  true-temperature,  brightness-tempera- 
ture true-temperature  or  color-temperature  true-temperature  relations 
represents  in  many  cases  our  only  means  of  measuring  high  true  tempera- 
tures; and  that  therefore  a  study  of  these  relations  is  of  the  highest 
commercial  as  well  as  scientific  significance. 
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Recording  Thermocouple  Pyrometers 

BT  LEO  BEER,*  y.  K.,   PHILADELPHIA,  PA. 

.  (Chlcoio  MHtim,  SepttmlMr.  I9I9) 

Recent  years  have  seen  important  practical  advances  in  the  con- 
struction of  recording  infitnunentB  for  use  with  thermocouples.  The 
difficulties  of  the  problem  will  be  appreciated  when  it  is  remembered  that  ' 
a  10°  F.  change  in  temperature  of  a  base-metal  couple  at  1500°  means  a 
change  in  the  electromotive  force  of  about  0.000i35  volt.  In  a  circuit 
having  a  resistance  of  350  ohms,  this  means  a  change  in  the  current  of 
0.000001  amp.;  and  despite  this  requirement  of  great  sensitivity  the  in- 
struments must  be  suEBciently  robust  to  withstand  the  rough  usage  which 
is  so  often  their  lot. 

Two  methods  are  in  common  use  for  the  measurement  of  the  electro- 
motive force  produced  by  a  thermocouple: 

1.  -The  milliammeter  method,  in  which  the  current  produced  by  the 
thermocouple  in  &  circuit  of  known  resistance  is  measured  and  from  ihia 
the  electromotive  force  is  deduced  by  Ohm's  law. 

2.  The  potentiometer  method  in  which  a  known  potential  difference 
is  opposed  to  the  thermocouple  electromotive  force. 

The  use  of  thermocouple  and  miUiammeter  for  measuring  tempera- 
ture introduces  some  possible  sources  of  error,  for  the  reading  depends 
on  a  number  of  factors,  including  the  following:  (1)  Electromotive  force 
set  up  at  the  hot  junction,  (23  electromotive  force  set  up  at  the  cold 
junction,  (3)  resistance  of  the  circuit  including  thermocouple,  lead  wires, 
and  meter,  (4)  held  strength  of  magnets,  (5)  strength  of  controlling 
springs  in  meter,  (6)  friction  at  pivots,  of  pointer  on  paper,  etc. 

It  is  obviously  necessary  to  so  design  and  maintain  the  installation 
that  the  reading  is  independent  of  all  the  factors  except  the  first.  The 
electromotive  force  set  up  at  the  cold  junction  can  easily  be  taken  care 
of  provided  it  is  constant.  This  has  been  approximately  accomplished 
by  burying  the  cold  junction  in  the  ground  or  actually  secured  by  locat- 
ing it  in  a  container,  the  temperature  of  which  is  kept  constant  by  means 
of  a  thermostat. 

A  more  flexible  arrang^nent  and  one  requiring  less  attention  from  the 
user  is  to  incorporate  some  automatic  cold-junction  temperatiu-e  com- 
pensator in  the  recording  instrument.    The  installation  of  the  pyrometer 

*  Rnearch  Engineer,  Leeds  &  Northrup  Ca 
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is  th«n  reducjed  to  merely  coimectmg  the  thermocouple  terminalB  to  the 
recorder.  KumerouB  schemes  for  automatic  cold-junctioD  compensa- 
tion have  been  proposed.  These  consist  essentially  of  resistances  shunted 
around  the  meter  or  in  series  with  it.  These  resistances  are  supposed  to 
be  so  affected  by  a  change  in  temperature  at  the  cold  end  as  to  properly 
compoiflate  for  such  changes  by  varying  the  amount  of  the  total  current 
passing  through  the  meter.  A  consideration  of 
Ohm's  law,  however,  shows  that  any  arrange- 
ment that  consiBts  solely  of  reeifitancee  can  satis- 
factorily compensate  for  variations  in  the  cold- 
junction,  temperature  for  only  a  limited  range 
of  temperatures  at  the  hot  end,  for  any  such 
arrangement  can  merely  fix  a  ratio  between  the 
currents  for  different  cold-end  temperatures  in- 
stead of  changing  the  current  by  an  additive 
constant. 

A  device  that  permits  of  accurate  compensa- 
tion is  shown  in  Fig.  1.  It  consists  of  a  Wheat- 
stone  bridge  network  in  series  with  the  thermo- 
couple, one  arm  of  the  bridge  is  of  nickel  and  is 
located  at  the  cold  end  of  the  thermocouple.  The 
remaining  arms  Ri,  Rj,  and  R$  are  of  mangaolQ 
and  are  located  in  the  meter.  The  variable 
resistance  i£  is  so  adjusted  that  the  pyrometer 
reads  the  temperature  of  the  cold  end  with  the 
thermocouple  out  of  circuit  and  the  leads  c 
nected  together.  Changes  in  temperature  of  the  . 
nickel  coil  vary  its  resistence  and  determine  the 
extent  of  unbalance  of  the  Wheatetone-bridge  and,  therefore,  the  amount 
of  current  added  (to  the  thermocouple  circuit.  If  the  thermocouple 
leads  are  extended  to  the  meter,  it  is  desirable  to  make  Rt  also  of  nickel 
because  the  current  drawn  from  the  storage  battery  B  may  tiien  be 
reduced. 

Probably  the  most  insidious  source  of  error  is  the  change  in  resistance 
of  the  circuit  containing  the  thermocouple,  lead  wires,  and  meter.  All 
joints  that  are  not  welded  or  soldered  are  possible  soiu'ces  of  trouble 
because,  in  time,  they  will  corrode  or  work  loose.  If  a  central-station 
installation  is  in  use,  the  resistance  of  all  the  thermocouple  circuits  should 
be  equal  and  the  awitehes  must  be  kept  scrupulously  clean.  The  change 
in  the  resistance  of  the  thermocouple  through  oxidation  is  a  source  of 
error  that  does  not  make  its  presence  evident  but  gradually  increases  the 
amount  of  error.  The  percentage  error  in  the  temperature  reading  is 
directly  proportional  to  the  change  in  resistance  and  inversely 
proportional  to  the  total  resistance.    The  designer  can  reduce  this 
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error  by  increasing  the  total  resietance  in  the  circuit.  Such  an  i^presK 
in  resistance  decreases  the  current  for  a  given  temperature  and  a  more 
sensitive  and,  therefore,  essentially  less  robust  meter  element  results. 
The  meters  are  generally  designed  to  operate  on  circuits  of  300  to  400 
ohms. 

The  temperature  coefBcient  of  the  meters  is  a  sununation  effect  (rf  tbe 
temperature  coefficients  of  resistance  of  the  coils  and  the  strength  ctf  tbe 
magnets  and  springs.  The  springs  are  weaker  at  higher  temperatwts 
while  the  magnets  may  be  either  weaker  or  stronger.     The  copper  coil 
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of  the  moving  system  is  in  series  with  a  coil  of  small  tempOTattu«  coeffi- 
cient and  their  combined  temperature  coefficient  is  of  the  order  of  0.05 
per  cent,  per  degree  Fahrenheit  or  more.  Among  the  methods  used  (o 
compensate  for  the  change  in  sensitivity  of  the  meter  may  be  mentioned 
the  use  of  a  mercury  column  to  short-circuit  a  reciistance  and  a  compound 
metaUic  strip  to  change  the  field  strength. 

On  account  of  the  small  forces  used  to  turn  the  pointer,  friction  of  the 
moving  element  must  be  reduced  to  a  minimum  by  careful  design  and 
construction  of  the  pivots  and  pen.  The  meter  case  must  be  dust-proof, 
because  even  the  most  minute  particles  of  dirt  on  the  pivots  is  sufficient  to 
give  trouble.  There  are  several  devices  for  reducing  pen  friction.  The 
one  in  most  general  use  is  that  of  having  the  pen  touch  the  paper  inte> 
mittently  so  that  the  moving  system  is  entirely  free  from  the  paper 
part  of  the  time  and  able  to  assume  its  equilibrium  position  without 
being  affected  by  friction  on  the  chart. 

In  the  potentiometer  recorder,  the  electromotive  force  of  the  couple 
is  opposed  to  the  potential  drop  across  a  known  varii^le  reeiBtance 
through  which  a  definite  current  is  flowing. 
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The  simple  potentiometer  circuit  is  showD  in  Fig.  2.  The  current 
in  Uie  circuit  is  adjtisted  to  a  predetermined  value  by  means  of  the  bat- 
tery regulating  rheostat  R  until  the  voltage  drop  across  the  resistance  S  is 
equal  to  the  electromotive  force  of  the  standard  cell.  Tbeelectro- 
motive  force  of  the  couple  C  is  measured  by  opposing  it  to  the  potential 
drop  along  a  length  of  the  slide  wire.  A  balance  is  reached  when  the 
galvanometer  stands  at  zero,  at  which  time  no  current  is  drawn  from  the 
thermocouple  circuit  and  therefore  a  change  in  resistance  produces  no 
error.  Before  balance,  the  extent  and  direction  of  unbalance  is  indicated 
by  the  galvanometer  deflection. 


Fig.  3.— Split- 


The  change  in  temperature  at  the  cold  junction  can  be  compensated 
for  by  the  use  of  a  "split  circuit"  potentiometer.  In  Fig.  3,  T,  U,  and 
M  are  fixed  resistances  of  manganin,  iS  is  a  slide  wire,  and  iV  is  a  nickel 
coil  the  resistance  of  which  is  a  function  of  the  temperature.  As  before, 
a  standard  current  is  obtained  by  adjusting  the  regulating  rheostat  until 
the  drop  across  M  is  equal  to  the  electromotive  force  of  the  standard 
cell.  The  potential  difference  opposed  to  the  couple  C  is  that  from  P  to 
the  brush  B  on  slide  wire  S.  For  a  fixed  temperature  at  the  hot  end, 
any  changes  in  the  cold-end  temperature  will  be  accompanied  by  a  change 
in  the  resistance  of  N.  This  in  effect  moves  P  electrically  an  amount  just 
sufficient  to  compensate  for  the  change  in  the  electromotive  force  so  that 
the  position  of  B,  and  therefore  the  temperature  reading,  is  independent 
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of  the  cold-junction  temperature.    This  compensation  for  cold-junction 
temperature  is  correct  for  all  values  of  hot-junction  temperature. 

The  problem  in  constructing  a  recording  potentiometer  lay  in  devising 
a  mechanism  capable  of  rotating  a  slide  wire  in  a  definite  manner  accord- 
ing to  the  indications  of  a  galvanometer.  Such  instruments  have  been 
constructed  in  which  the  galvanometer  pointer,  when  it  deflected,  closed 
a  circuit,  which  started  a  brush  moving  over  the  slide  wire.  This  con- 
struction has  always  given  trouble  due  to  overshooting  as  the  speed 
of  the  brush  is  not  dependent  on  the  amount  of  unbalance  and,  moreover, 
the  small  force  available  for  producing  a  contact  with  the  galvanometer 


Fio.  4. — Mechanism  unbaiiANCeo.  Fia.  5. — Mecbanibu  balanced. 

Balancinq  mechanisu  or  fotenttoueteb  recobder. 

pointer  does  not  always  insure  the  necessary  electrical  cu-cuit.  The 
mechanism  finally  devised  to  solve  this  problem  is  rather  interesting 
and  its  general  features  will  be  described. 

As  shown  in  Figs.  4  and  5,  the  position  of  the  galvanometer  indicates 
in  which  direction,  and  to  what  extent  the  potentiometer  is  out  of  balance. 
When  the  measuring  circuit  is  balanced,  the  pointer  is,  as  in  Fig.  5, 
directly  under  the  space  between  the  two  right-angle  levers  4^  and  4R 
which  are  pivoted  at  24^.  When  the  potentiometer  circuit  is  out  of 
balance,  the  galvanometer  pointer  will  move  under  the  horizontal 
arm  of  4^  or  ^fl.  The  rocker-arm  5  is  pivoted  at  S4B  and  is  periodic- 
ally raised  by  the  cam  6B  on  the  motor-driven  shaft  6.  As  the  rocker- 
arm  moves  upward,  it  lifts  the  galvanometer  pointer.     When  the  measuring 
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circuit  is  balanced  the  pointer  will  merely  be  raised  into  the  apace  between 
iL  and  4R-  I^i  however,  the  measuring  circuit  is  unbalanced  and  the  gal- 
vanometer is  under  j^j,  for  instance,  the  resultant  position  of  the  parts 
is  as  shown  in  Yig.  4.  As  the  galvanometer  pointer  is  now  raised  by 
the  rocker-arm  it  rotates  JiL  about  the  pivot  S^E.  This  motion  is  trans- 
mitted to  the  horizontal  lever  S,  which  is  rotated  in  a  counter-clockwise 
direction  by  the  action  of  the  lower  extremity  of  4^  on  the  pin  $(7.  At 
the  completion  of  this  motion,  the  lever  S  is  forced  into  contact  with  disk 
1  through  tbe  action  of  the  cam  6C.  The  cam  &E  is  attached  to  the 
shaft  6  and  rotates  witii  it.  The  shape  of  the  cams  is  such  that  they 
return  the  lever  £  to  its  horizontal  position.  In  this  particular  case 
the  lever  8  and  the  disk  1  with  which  the  former  is  now  engaged  must 
both  rotate  in  a  clockwise  direction.  The  power  required  for  this  rota- 
tion is  obtained  from  a  motor,  therefore  sufficient  can  be  supplied  to 
balance  the  measuring  cu-cuit,  move  the  recording  pen,  and  operate 
signals  or  relays. 

The  amount  of  rotation  per  cycle  given  to  arm  2  and  disk  t  depends 
on  the  galvanometer  deflection,  for  as  the  pointer  moves  out  from  its 
zero  position  it  approaches  the  fulcrum  of  ^j.  Consequently  the  rebalanc- 
ing is  large  or  small  according  as  the  unbalance' is  large  or  small. 

As  there  is  no  current  flowing  in  the  thermocouple  circuit,  variations 
in  resistance  there  have  no  effect  on  the  accuracy  of  the  meter.  As  the 
galvanometer  is  used  as  a  null  instrument,  change  in  the  strength  of  the 
springs  or  magnet  have  no  effect  on  its  accuracy.  The  galvanometer 
is  a  suspended  instrument;  this  construction  is  permissible  because 
the  only  requirement  imposed  on  the  galvanometer  is  that  it  has  a 
reasonably  stable  zero.  There  is  consequently  no  friction  trouble, 
such  as  is  found  in  pivot  and  jewel  instruments,  and  the  galvanometer 
is  much  more  sensitive. 

DISCUSSION 

R.  W.  Nbwcoub,  New  Yoit,  N.  Y.  (written  discussion*). — In  this 
paper,  the  author  has  enumerated  the  various  sources  of  error  that  may, 
under  certain  conditions,  develop  in  instruments  of  the  direct-deflection 
type,  but  through  a  failure  to  mention  possible  sources  of  error  in  instru- 
ments of  the  potentiometer  type,  he  leaves  the  reader  with  a  wrong  im- 
pression. If  he  would  carry  his  criticisms  further  and  give  a  list  of 
the  possible  sources  (rf  error  on  potentiometer  instruments,  the  paper 
would  be  more  complete. 

,  •  Received  Oct.  15,  1919.        ~  ■ 
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Recording  Pjrrometry 

O.    rAlRCHILD,*  B.    S.,    AND   PAUL   D.   POOTE,t    PH. 


One  of  the  fundamental  principles  of  efficiency  is  the  use  of  adequate 
and  permanent  records.  The  rapid  increase  in  the  manufacture  and  use 
of  recording  pyrometers  is  a  proof  of  the  appreciation  of  efficiency  prin- 
ciples on  the  part  of  the  manufacturers  engaged  in  the  various  technical 
industries.  Where  recording  pyrometers  are  not  employed  in  an  industry 
in  which  temperature  measurements  are  necessary,  one  will  generally 
find  that  a  printed  form  is  used  upou  which  is  written,  periodically, 
the  temperatures  measured  by  an  indicating  instrument.  It  is  no  serious 
condemnation  of  the  workman  to  state  that  such  records  are  often 
"  doctored, "  but  it  is  rather  a  reflection  upon  the  executive  who  puts  such 
temptation  in  the  way  of  a  workman.  One  of  the  well-known  "tricks 
of  the  trade"  is  to  "force"  a  furnace  so  that  it  wUl  be  at  the  proper  tem- 
perature during  the  periodic  trips  of  the  foreman  or  other  official. 

Indicating  instruments  and  recorders  may  be  used  together  to  great 
advantage.  The  recorder  furnishes  a  printed  record  and  a  check  upon 
the  operator  of  the  furnace,  and  a  record  of  value  in  correlating  properties 
of  the  finished  product  with  the  heat  treatment.  The  indicator  should 
be  of  assistance  to  the  operator  in  controlling  the  furnace  or  oven. 

Modern  practice  requires  a  temperature-recording  instrument  that 
is  as  simple  as  possible,  nigged,  reliable,  and  sufficiently  accurate.  Of 
these  quaUfications  reliability  is  paramount,  particularly  in  cases  where 
the  recorder  is  used  for  controlling  the  temperature  automatically.  By 
a  rehable  instrument  is  meant  one  that  will  run  continuously  with  little 
attention  and  with  a  consistent  degree  of  accuracy.  That  is,  if  it  is  in 
error  by  5  per  cent,  one  day,  it  must  be  in  error  by  a  like  amount  on  any 
other  day,  and  not  by  2  per  cent,  or  10  per  cent.  The  earlier  forms  of 
recorders  were  complex  and  delicate,  or  mechanically  unsatisfactory  and 
inaccurate,  and  required  considerable  attention  to  keep  them  in  opera- 
tion. Within  the  past  few  years,  however,  the  development  in  the  manu- 
facture of  temperature-recording  devices  has  been  highly  satisfactory 
and  many  excellent  instruments  are  now  available. 

The  pyrometers  that  can  be  made  to  record  automatically  fall  under. 


*  Associate  PbysicUt,  U.  S.  Bureau  of  Standards, 
t  Physioiat,  U,  S.  Bureau  of  Standards. 
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the  following  classifications:  (1)  Gas,  saturated  vapor,  and  liquid 
thermometers;  (2)  resistance  thermometers;  (3)  thermoelectric  pyrom- 
eters; (4)  radiation  pyrometers. 

Of  these  four  typea,  the  thermoelectric  pyrometer  recorder  has  ihe 
greatest  applicabihty,  especially  for  the  higher  temperatures  at  which 
the  first  two  named  are  not  stiitable.  The  constant-volume,  industrial,  . 
gas  thermometer  is  successful  up  to  about  400°  C.  The  resistance  ther- 
mometer is  capable  of  very  high  accuracy  up  to  1000°  C.  At  such  high 
temperatures,  however,  thermocouples  are  more  serviceable  since  deterio- 
ration of  the  wire  from  continual  heating  does  not  so  seriously  alter  the  . 
electromotive  force  developed  by  a  couple  as  it  does  the  resistance  of  a 
resistance  thermometer.  Base-metal  couples  serve  satisfactorily  up 
to  1100°  C;  and  platinum  platinum-rhodium  couples  up  to  1500°  C, 
although  above  1400°  C.  it  becomes  very  difficult  to  protect  the  couple 
from  contamination  by  the  furnace  gases  and  vapors.  Radiation 
pyrometers  are  useful  at  the  hi^est  attainable  temperatures,  but 
processes  in  which  temperatures  greater  than  1600°  C.  are  used  are  not  in 
general  subjected  to  very  precise  temperature  control. 

Forms  op  Tempehatdrb  Records 

The  most  usual  form  of  temperature  record  is  that  in  which  tempera- 
ture appears  as  one  coordinate  and  time  as  the  other  codrdinate.  The 
temperature-time  curve  drawn  on  such  a  record  has  been  called  an  auto- 
graphic record.  This  type  of  curve  is  the  most  easily  obtained  mechanic-* 
aDy  and  is  valuable  as  a  continuous  record  of  the  temperature  of  a 
furnace  over  a  prolonged  run.  It  is  also  occasionally  used  to  detect 
transformation  points  in  steel,  which  appear  as  flexures  or  indentations 
on  the  plot  when  the  furnace  containing  the  sample  is  uniformly  heated 
or  cooled.  For  this  latter  work,  however,  the  "differential  temperature" 
curve  recorder  is  especially  adapted  and  will  be  described  later.  Other 
types  of  curves  obtained  with  special  recorders,  and  used  mainly  for 
laboratory  work,  are  the  temperature-rate  curve,  the  inverse-rate  curve, 
and  the  derived  differential  curve.  The  various  special  methods  have 
been  discussed  by  Burgess'  and  will  not  be  considered  in  the  present 
paper. 

Generai.  Types  of  Theruocouple  Recorders  for  Tehperature- 
TiME  Curves 

A  recorder  for  obtaining  a  temperature-time  curve  consists  essentially 
of  an  electrical  measuring  instrument  with  a  mechanism  for  periodically 


'  U.  S.  Bureau  of  Standards  Sd.  Paper  99. 
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recording  its  indicatioiiB  upon  a  chart  that  movea  with  a  umform  speed. 
As  in  the  case  of  simple  indicators,  there  are  two  general  types  of  reoirders, 
one  operating  on  the  galvanometric  principle  and  one  operating  on  the 
potentiometric  principle.  Also,  as  in  the  case  of  indicating  instruments, 
the  potentiometric  principle  while  somewhat  more  complicated  has 
the  especially  desirable  feature  that  its  indications  are  independent  of 
the  thermocouple  resistance.  The  readings  of  a  recorder  operating  on 
the  galvanometric  principle  depend  on  the  variations  in  the  resistance  of 
the  external  electric  circuit,  although  the  effect  of  these  variations  can 
.  be  reduced  by  using  an  instrument  of  high  internal  resistance  or,  with  less 
satisfaction,  by  keeping  the  reaistwice  of  the  external  cu^juit  very  low. 
In  many  of  the  recorders  now  obtainable  the  resistance  is  sufficiently 
high  so  that  these  effects  become  of  little  practical  importance.* 

Rbcobd  Chabts 

There  are  three  types  of  record  paper  in  general  use,  the  roll  charts 
and  drum  charts  shown  in  Fig.  1,  and  the  disk  or  circular  charts,  shown 
in  Fig.  2.  The  roll  chart  may  contain  enough  paper  to  last  a  month  or 
more  while  usually  the  drum  or  circular  charts  are  renewed  every  24  hr. 
For  single-point  recorders,  all  of  these  forms  are  employed;  but,  witJi 
one  or  two  exceptions,  multiple-point  recorders  use  record  paper  in  the 
roll  form. 

Upon  circular  charte,  the  lines  of  equal  temperature  (time  coordinates) 
are  represented  by  concentric  circles,  and  lines  of  equal  time  (temperature 
coordinates)  by  arcs  following  the  course  of  the  galvanometer  pointer. 
The  distorted  appearance  of  such  a  record  is  at  first  somewhat  confusing 
but,  with  practice,  the  record  is  easily  read  even  when  the  complete  curve 
is  allowed  to  extend  around  the  chart  for  several  revolutions.  If  an 
extended  and  open  temperature  scale  is  required,  the  disk  record  be- 
comes somewhat  unsatisfactory  on  account  of  its  size,  since  the  diameter 
of  the  circular  sheet  must  be  more  than  twice  the  width  of  the  temperature 
scale.  The  necessity  of  opening  the  recorder  case,  usually  every  24  hr., 
to  mount  a  new  record  sheet  means  greater  liability  for  an  accumulatJon 
of  dust  which,  in  the  cheaper  forms  of  recorders,  becomes  a  really  serious 
factor. 

Id  filing  records  for  future  reference,  the  circular  and  drum  type  one- 
day  records  offer  some  advantage  over  the  continuous  roll  records, 
although  the  latter  may  be  cut  to  any  convenient  length  when  removed 
from  the  recorder.  With  the  drum  and  roll  records,  the  cotbtlinates  can 
be  made  rectangular.    In  some  cases,  however,  the  temperature  co5rdi- 

*  The  requirement  of  high  resistance  ii  discussed  by  Poote,  Harrison  and  Fairchild : 
MeL  &  Chem.  Eneng.  (1918)  18,  404. 
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nat«8  are  parte  ctf  a  circle,  as  shown  in  Fig.  1  where  the  radius  of  the 
circle  is  the  length  of  the  galvanometer  needle.    The  roll  record  is 


Fia.  1. — Rou.  OB  DBCH  CHART. 

particularly  adapted   to  multiple-point  recording  and  for  adjusting  to 
very  slow  or  very  rapid  record  speeds. 

The  methods  by  which  the  printing  of  the  record  is  accomplished 
will  be  described  in  the  discussion  of  the  various  instruments.    The  record 


"Fig.  2.— Dibe  cbabt. 

may  be  obtained  by  pen  and  ink,  stylus  and  inked  ribbon,  inked  thread, 
carbon  paper  or  coated  paper;  by  puncturing  the  record  paper  by  means 
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of  an  electric  spark ;  or  by  stamping  upoa  the  record  sheet  some  imprint 
from  a  stencil.  The  diHiculty  in  making  several  distinct  records 
upon  the  same  chart,  reqtiired  by  a  multiple-poibt  recorder,  has 
been  met  in  various  ways,  but  there  is  still  opportunity  for  development 
and  improvement  in  this  regard.  The  advantage  of  a  multiple-point 
recorder  for  extensive  installations  ia  obvious  in  that,  for  a  small  additional 
cost,  the  instrument  will  do  the  work  of  several  single-point  recorders. 

Theruocouple  Recorders  Operatinq  on  the  Galvakouktric 
Pkinciplb 

The  recording  millivoltmeter,  or  galvanometer,  may  employ  the  same 
g^vanometer  system  used  in  the  portable  indicating  instruments.  A 
more  rugged  instrument  is  desired,  however;  this  ruggedneas  is  obtained 
by  increasing  the  strength  of  the  springs,  boom,  coil,  and  jewel  bearings 
of  a  pivot  instrument,  etc.  To  compensate  for  the  resulting  decrease  in 
sensitivity,  the  density  of  magnetic  flux  through  the  coil  may  be  increased, 
the  number  of  turns  of  wire  on  the  moving  coil  may  be  increased,  and  the 
so-called  swamping  resistance  in  series  with  the  moving  coil  may  be  de- 
creased. Most  indicators  have  a  single  magnet  while  recorders  have  as 
many  as  four  or  six  magnets.  A  portable  instrument  would  become  too 
heavy  with  so  many  magnets.  In  general,  the  resistance  of  a  recorder 
ia  less  than  that  of  an  indicator  of  the  same  type.  On  account  of  the  very 
small  electromotive  forces  developed  by  thermocouples  and  on  account 
of  the  necessity  of  using  a  comparatively  high  resistance  in  aeries  with 
the  galvanometer  coil  to  minimize  the  effect  of  a  varyii^  resistance,  the 
torque  that  can  be  produced  on  the  moving  coil  is  small.  Pivots,  sus- 
pensions, etc.  must  be  very  carefully  made  and  the  moving  coll  must  be 
accurately  balanced  and  so  mounted  that  it  swings  perfectly  free. 

The  galvanometer  pointer  cannot  be  used  to  trace  a  legible  record 
directly  since  the  friction  between  the  paper  and  the  pointer  would  entirely 
alter  the  readings.  One  common  method  for  obtaining  the  record  is 
illustrated  by  the  Siemens  and  Halske  recorder,  shown  in  Fig.  3.  The 
paper  is  unwound  by  clockwork  at  a  uniform  speed  from  a  roll.  Ad 
inked  ribbon  lies  below  the  paper  and  above  a  metal  plat«.  At  periodic 
intervals  the  chopper  bar  B  falls  pressing  a  stylus  on  the  end  of  the  gal- 
vanometer boom  N  into  contact  with  the  paper  and  against  the  ribbon 
and  metal  plate  underneath.  Thia  makea  a  amall  dot  on  the  under  side 
of  the  thin  record  paper,  which  shows  through  from  the  top  as  illustrated. 
The  paper  is  ruled  with  the  proper  time  and  temperature  cofirdinates  and 
the  row  of  dota  obtained  by  continuous  operation  constitutes  the  required 
temperature-time  curve.  The  maximum  frequency  with  which  the  dots 
can  be  recorded  depends  on  the  natural  period  of  vibration  of  the  mov- 
ing coil.  In  general  practice,  the  dots  appear  at  intervals  of  10  to 
30  seconds. 
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This  principle  ia  Rmployed  in  many  instrument  of  American  make. 
The  chopper  bar  may  be  operated  by  an  electric  motor,  clockwork, 
or  electromagnet,  and  the  design  must  be  auch  that  the  galvanometer 
boom  swings  clear  of  the  bar,  between  the  intervals  of  depression,  and  such 
that  the  depression  of  the  bar  against  the  boom  in  no  way  damages  the 
coil  mounting.  These  conditions  may  be  satisfied  in  pivot,  auapeosion, 
and  combination  pivotrsuspension  systems. 

Recorders  may  be  classified  according  to  the  type  of  support  em- 
ployed in  mounting  the  moving  coil.  The  double-pivot  support  is  the 
moat  common  and  was  developed  for  its  greater  ruggedness  and  the 
constancy  of  sensitivity  obtained.  The  outstanding  fault  of  the  double- 
pivot  instruments  is  the  tendency  to  stick  and  the  failure  of  the  manu- 


facturers to  make  them  sufficiently  dust-proof.  An  indicator  of  the 
double-pivot  type  may  have  its  movit^  coil  so  mounted  that  the  pivots 
do  not  center  in  the  jewel  bearings  but  roll  around  in  a  small  arc  over  the 
cup-shaped  surface  of  the  bearings.  This  reduces  the  friction  consider- 
ably, but  the  method  is  not  applicable  for  recorders,  in  which  the  pointer 
is  periodically  struck  by  a  bar  with  sufficient  force  to  move  the  pivots  in 
their  bearings.  Unipivot  galvanometers  are  not  used  for  recorders  be- 
cause the  moving  coil  is  free  to  swing  in  a  plane  at  right  angles  to  the 
scale  and  the  action  of  the  chopper  bar  would  be  to  keep  the  cul  in  con- 
tinual vibration. 

Unipivotr-suspensioQ  instruments  are  not  common  and  are  not  widely 
known.  The  suspension  can  be  made  very  long  and  hence  comparatively 
heavy  and  strong.  By  crimping  the  suspension  or  by  supporting  it  on 
a  spring,  a  definite  fraction  of  the  weight  of  the  moving  coil  may  be  taken 
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from  the  pivot.  The  coil  requires  clamping  during  shipment  and  must 
be  mounted  in  such  a  way  that  it  will  always  seat  properly  if  jarred  out 
of  the  bearing.  There  is,  of  course,  very  little  danger  of  the  suspension 
breaking  and  this  type  of  construction  can  be  followed  in  making'  5m  in- 
strument of  good  constancy  and  sensitivity  at  relatively  low  cost. 

All  the  advantages  of  the  foregoing  type  of  galvanometer  construction 
are  found  in  the  double  suspension,  and  with  the  latter  a  still  greater 
sensitivity  and  constancy  are  possible.  The  coil  is  mounted  so  that 
jarring  can  move  it  a  very  small  distance  and  the  spring  supports  of  the 
suspensions  are  so  made  as  to  allow  this  amount  of  motion  without  imdue 
tension.  The  coil  is  usually  clamped  when  the  instrument  is  not  in  use. 
This  construction  is  somewhat  better  in  case  the  recorder  is  unavoidably 
subject  to  jar,  the  characteristic  vibration  of  the  moving  part  beii^  of 
shorter  period  with  greater  damping.  It  is  still  necessary  to  keep  the 
recorder  quite  free  from  vibration,  a  precaution  that  should  always  be' 
taken. 

Recorders  may  also  be  classified  according  to  their  motive  power.  For 
most  precise  movement  of  the  chart,  a  clock  must  be  used  either  alone 
or  in  conjunction  with  an  electromagnet,  which  may  be  applied  to  do 
most  of  the  work.  The  clock  alone  must  be  large,  and  have  plenty  of 
power,  particularly  for  multiple-point  recorders.  The  commutators  of 
multiple-point  recorders  must  operate  with  considerable  friction;  this  is 
best  overcome  by  means  of  an  electromagnet  operated  by  the  clock. 
The  magnet  is  also  used  in  some  instruments  to  operate  the  chopper  bar. 
By  having  the  magnet  lift  a  weight  with  each  stroke,  it  can  be  used  to 
furnish  power  for  driving  the  chart;  this  is  done  in  one  of  the  instruments 
described  below.  A  motor  may  be  used  for  the  driving  power,  and  by 
attaching  a  governor,  very  satisfactory  control  <A  the  chart  motion  is 
obtained.  The  motor  requires  somewhat  more  attention  than  a  clock, 
but  in  some- recorders  is  indispensable. 

Industrial  Types  of  Recordebs 
Foreign  de^ns  will  not  be  described,  for  the  writers  believe  that  do 
foreign-made  recorders  can  compare  favorably  with  the  American  makes 
in  simplicity  of  coDstrucbion,  niggedness,  and  general  applicability  for 
industrial  use.  The  American  manufacturers  first  in  the  fidd  supplied 
a  need  by  making  a  fairly  cheap  form  of  single-point  recorder,  simply 
made,  and  sufficiently  accurate  to  be  well  worth  its  use.  This  was  done 
at  a  time  when  the  imported  instruments  were  expensive,  complicated, 
and  only  accurate  when  cared  for  by  an  expert. 

ThB   ClRCDLAB'CHART   SiNGLE-FOINT   RbCOBDBB 

The  circular-chart,  single-point  recorders  are  made  by  Beighlee 
Electric  Co.,  the  Bristol  Co.,  the  Brown  Instrument  Co.,  and  the  Hoskiiis 
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Fia.  4. — BEiatJLEE  becorder. 


Fio.  S,— Bribtol 
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Mfg,  Co.  Figs.  4  to  6  illustrate  the  various  forms  of  this  type  of  instru- 
ment. With  the  exception  of  the  Beighlee  recorder,  Fig.  4,  this  type  is 
not  made  for  multiple  records.  Attention  might  be  called  to  the  fact 
that  the  time  coordinates  of  the  circular-chart  recorders  are  relatively 
short  and  thus  these  charts  are  unsuited  to  the  measurement  of  rapidly 
changing  temperatures.  They  are  best  suited  for  furnace  or  oven  opera- 
tion where  a  fixed  temperature  is  maintained  or  desired,  or  a  slow  rise 
or  fall,  as  met  with  in  the  ceramic  industry  and  in  annealing  ovens. 

Fig.  6  shows  the  simple  construction  of  this  recorder.  The  milli- 
voltmeter  is  mounted  on  the  door  so  that  charts  may  be  renewed  without 
danger  of  injuring  the  millivoltmeter  pointer.     The  presser  frame  is  also 


Fig.  6.— Brown 

mounted  on  the  door  and  is  operated  by  the  reciprocating  arm  shown  at 
the  upper  left-hand  side  of  the  chart.  This  arm  is  slowly  drawn  back  by 
the  clock  (hidden  by  chart)  against  the  tension  of  a  spring.  Ita  release 
throws  the  presser  frame  against  the  pointer  and  a  dot  is  registered  on 
the  chart.  The  pointer  is  m»de  flexible;  that  of  the  Bristol  instrument 
has  a  flattened  part,  which  results  in  a  slight  rubbing  action  on  the  chart, 
necessary  in  the  use  of  smoked  paper.  In  Fig.  6  is  seen  a  metal  guide 
extending  across  the  paper  just  below  the  point  where  the  record  is  made. 
A  heavy  paper  having  a  slot  along  this  guide  is  placed  underneath  the 
thin  paper  chart  and  over  the  carbon  paper  so  that  in  changing  records 
the  paper  is  not  easily  soiled.  The  small  spool  seen  in  the  upper  right- 
hand  corner  is  a  resistance  in  series  with  the  moving  coil  of  the  meter. 
One  of  its  purposes  is  for  cahbrating  the  instrument  or  changing  the 
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temperature  range,  e.g.,  to  change  a  range  0  to  1000°  to  0  to  1500°  the 
total  resistance  of  the  instrument  would  be  increased  by  approxi- 
mately 50  per  cent.  This  should  not  be  done  with  low  resistance  instru- 
ments without  also  correcting  tiie  lead  resistance;  i.e.  the  correctiou  for 
range  should  apply  to  the  entire  electric  circuit. 

The  Hoskius  millivoltmeter  is  unique  in  the  fact  that  the  meter  is 
behind  the  record  and  the  glass  window  closes  flat  against  the  chart, 
sustaining  the  pressure  of  the  pointer  when  the  latter  is  raised  by  the 
pressure  bar.  This  construction  gives  greater  convenience  in  changing 
records. 

The  Beighlee  recorder  is  much  less  simple  in  construction  than  the 
forgoing  types.  Its  distinctive  features  are;  a  somewhat  more  open 
scale  (iai^er  chart),  a  unipivot-suspension  meter,  and  a  unique  method 
of  making  the  record.  The  pointer  is  not  periodically  depressed  but 
swings  free  with  its  tip  close  to  the  record.  Every  30  sec.  an  electric 
spark  passes  from  the  pointer  to  the  chart  plate  puncturing  the  paper. 
The  record  is  a  series  of  hoira  with  seared  edges,  which  are  easily  seen. 
There  is  a  tendency  of  the  spark  to  jump  the  gap  at  an  angle,  causing  a . 
slight  error,  which,  however,  is  not  serious.  This  instrument  is  not  de- 
signed particularly  for  installation  near  the  furnace,  but  in  an  ofSce  or 
central  pyrometer  station.  Its  high  resistance  makes  it  possible  to 
use  very  long  leads  of  small  wire. '  The  clock  is  electrically  wound  and 
requires  no  attention  except  regulation.  To  accomplish  multiple  record- 
ing with  this  instrument,  the  chart  is  divided  into  sectors,  and  if  six 
records  are  to  be  made,  the  chart  moves  forward  slightly  more  than  a 
sixth  of  a  revolution  each  }-'2  min.  The  time  coordinates  are  very  short 
and  the  instrument  is  adapted  in  this  form  only  to  large  furnaces  with 
constant  or  slowly  changing  temperatures.  It  should  be  used  combined 
with  an  indicator  for  controlling  temperatures. 

The  only  drum-chart  recorder  is  made  by  the  Stupakoff  laboratories. 
It  is  the  double-pivot  type  with  a  high  resistance  and  ordinary  scale  length. 
The  drum  is  rotated  once  in  a  day  or  a  week.  This  company  also  makes 
a  single-point  recorder  of  the  roll-chart  type.  The  galvanometer  is  the 
double-suspension  type  with  300  ohms  resistance  for  a  15-niillivolt 
range.  In  the  manufacture  of  these  instruments  an  effort  is  made  to 
get  the  greatest  accuracy  consistent  with  the  length  of  scale,  and  not 
to  furnish  an  instrument  that  will  stand  hard  knocks.  These  instni- 
mentB  should  be  mounted  under  cover  in  a  place  free  from  vibration. 

Roll-chart  Recohders 

Roll-chart  recorders  are  made  by  The  Brown  Instrument  Co.,  Charles 
Engelhard,  Hoskins  Mfg.  Co.,  S.  H.  Stupakoff,  Taylor  Instrument  Co., 
Thwiog  Instrument  Co.,  Wilson-Maeulen  Co.     The  general  advantages 
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(^  the  roll  chart  are  legibility  (codrdinates  are  parallel  and  may  be  made 
rectangular),  width  of  scale,  and  adaptability  to  rapidly  changing  tem- 
peratures, and  the  recording  of  more  than  one  record  on  a  single  chart. 
With  a  paper  speed  of  1  in.  an  hr.  a  20-yd.  roll  will  last  1  mo.  Rolls 
are  usually  furnished  in  20-yd.  lengths  and  longer. 

Fig.  7  illustrates  the  Brown  continuous  recording  pyrometer.  The 
fundamental  principles  of  its  operation  are  the  same  as  those  of  the 
circular-chart  recorders.  The  scale  is  nearly  twice  the  width  of  that  on 
the  circular  chart.  An  inked  ribbon  is  extended  across  the  paper  under 
the  meter  pointer  and  is  slowly  changed  by  the  clock.  The  scale  seen 
above  the  chart  is  mounted  on  the  presser  bar. 


Fia,  7. — Bhown 

The  instrument  is  not  made  to  record  for  more  than  one  thermdcouple. 
The  Brown  multiple  recording  pyrometer  is  a  multiple-galvanometer 
double-ecale  instrument.  For  taking  two  to  eight  records,  two  millivolt- 
meters  are  mounted  side  by  side  and  two  temperature  scales  are  printed 
on  one  width  of  paper.  This  results  in  a  very  narrow  chart,  limiting  the 
usefulness  of  the  instrument  and  the  accuracy  with  which  the  record  can 
be  read.  It  differs  from  the  single-record  instrument  in  having  a  commu- 
tating  switch  and  a  multicolored  ribbon,  both  of  which  are  operated  by 
the  clock.  The  latter  instrument  is  sometimes  constructed  with  a  galva- 
nometer having  a  double  coil  on  the  one  moving  system,  and  is  applied  for 
detecting  transformation  points  in  steels.  This  is  discussed  more  in 
detaU  in  the  section  on  transformation-point  indicators. 
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Charles  Engelhard  has  heretofore  handled  imported  iofitruments,  but 
has  recently  developed  a  recorder  of  the  high-resistance  double-suBpen- 
sioQ  type.  The  chart  has  rectangular  Goordinates,  and  a  graduated 
width  of  4yi  in.  (11.4  cm.).  The  reeiatance  is  upward  of  700  ohms  for 
nu^metal  thermocouples. 

The  Hoskins  multiple  recording  pyrometer,  which  has  been  recently 
developed,  is  shown  with  cover  and  chart  removed  in  Fig.  S.  It  is  made 
for  ten  records  of  base-metal  thermocouples.  The  scale  is  over  7  in. 
(17  cm.)  wide,  the  highest  range  instrument  reading  to 2500°  F.  (ISZl^C). 
The  essential  features  are  an  electric  drive  (C  is  a  solenoid  arm)  and  a 
clock  operating  only  the  electric  contact  device  D.    The  motion  of  the 


Fia.  8. — Hoskins  rbcordbe. 

Botenoid  arm  raises  the  frame  /  (which  is  depressed  in  other  instruments); 
changes  the  commutator  or  rotary  selective  switch  H,  and  moves  the 
chart  a  step  forward  every  tlurd  contact.  Records  are  made  every  20 
sec.,  the  change  from  one  couple  to  the  next  occurring  every  minute. 
Instead  of  using  different  colors  or  symbols  for  different  couples,  the 
chart  is  divided  by  parallel  lines,  between  any  two  of  which  only  one 
couple  records.  The  spaces  are  nuE^bered  consecutively  and  the  records 
are  distinguished  by  referring  to  the  parts  of  the  chart  in  which  they  fall. 
This  is  more  clearly  seen  by  pointing  out  that  the  selective  switch  is 
fastened  directly  on  the  shaft  G,  which  holds  the  toothed  wheels  engaging 
perforations  in  the  paper  chart.    A  plug  switchboard  LK  mounted 
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within  the  case  is  so  made  that  it  is  possible  to  arrange  the  couples  in 
any  order,  or  to  put  any  couple  on  more  than  one  number.  The  resist- 
ance of  the  millivoltmeter  is  150  to  300  ohms,  *and  it  is  intended  to 
operate  with  a  fixed  lead  resistance  adjusted  to  50  ohms.  The  high 
external  resistance  is  selected  to  take  oare  of  compensating  leads,  the 
resistance  of  which  is  about  0.13  ohm  per  foot.  Calibration  can,  of 
course,  be  made  for  any  external  resistance  met  with  in  practice. 

Fig.  9  illustrates  the  thread  recorder  for  single  records,  made  by  the 
Taylor  Instrument  Co.     Using  an  inked  thread  gives  rectangular  coor- 


Fio.  9.— Thread  rbcordbb. 

dinates.  The  illustration  shows  the  ease  with  which  replacements  are 
made  over  the  five  small  pulleys,  one  of  which  keeps  the  thread  taut. 
The  large  clock  has  two  parts,  one  of  which  moves  the  chart  while  the 
other  lifts  the  depressor  frame.  The  depressor  frame  or  bar  is  lifted  by 
the  clock  through  a  pawl,  which  engages  a  slowly  turning  ratchet.  The 
pawl  is  tripped  out  of  engagement,  allowing  the  bar  to  fall  pressing  the 
pointer  against  the  thread  and  record  paper.  The  small  resistance 
plug  is  a  range  control  series  resistance,  which  allow.*;  the  employment  of 
two  sensitivities. 

Figs.  10,  11,  and  12  are  three  views  of  the  multipyrograph,  a  thread 
recorder  for  multiple  records.     The  mechanism  is  built  on  a  heavy  metal 
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frame  that  slides  in  grooves,  so  that  the  entire  works  may  be  pulled  for- 
ward for  examination  and  cleaning,  etc.  The  principal  additions  to  the 
thread  recorder  are  an  electromagnet,  commutating  switch,  and  index 
dial  showing  numbers  through  the  small  opening  in  the  left-hand  box. 
The  commutating  switch  is  inclosed  in  the  rectangular  box  below  and  is 
connected  through  the  sprocket  chain,  which  is  turned  in  steps  by  the 
electromagnet.  The  switch  consists  of  a  row  of  long  flat  phosphor- 
bronze  springs  with  platinum-rhodium  contacts.  One  spring  at  a  time 
is  pressed  by  a  cam,  which  is  properly  synchronized  with  the  numbers  and 


Fig.  10. — MnLTiPLE-poiNT  theead 


colors  of  the  threads-  A  wiping  action  is  given  the  contacts  by  an  offset 
arrangement,  assuring  good  contact.  This  principle  of  a  wiping,  or 
sliding,  action  of  contacts  is  applied  quite  universally,  though  only  in  the 
better  class  of  recorders  are  rare-metal  contacts  used.  A  high-resistance 
(500  ohms  and  more)  galvanometer  would  render  unnecessary  the  assured 
perfection  of  contact  which  is  afforded  by  a  wiping  action  and  platinum 
points. 

The  clock  of  this  recorder  does  not  require  winding,  but  only  provides 
an  escapement  for  the  gradual  release  of  power  supplied  by  the  electro- 
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magnet.  The  Bolenoid  coil  raises  a  heavy  bar,  which  is  retained  in  the 
upper  position  by  a  pawl  catchiDg  on  a  ratchet.  The  latter  is  allowed  to 
turn  at  a  uniform  rate  by  the  escapement.  The  motion  of  (ihe  magnet 
turns  the  switch  cam  shaft  and  operates  the  depressor  arm.  The  chart  is 
run  through  the  power  supphed  to  the  ratchet  by  the  fall  of  the  lifted 
parts.  Electric  contact  is  made  every  M  min.,  the  interval  being  gov- 
erned by  the  position  of  the  pawl,  that  is  the  number  of  ratchet  teeth 
paased  during  the  rise  of  the  magnet. 

Three  inked  threads  of  different  colors  are  mounted  on  a  frame  as 
shown  in  Fig.  11,  in  which  the  chart  rolls  are  shown  lowered  into  the  posi- 
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tion  for  replacement.  The  threads  are  brought  alternately  into  positions 
governed  by  the  commutating  mechanism.  Six  records  are  obtained 
by  changing  the  order  of  records  in  such  a  way  that  three  records  appear 
as  a  line  of  uniformly  spaced  dots,  and  three  appear  as  lines  of  dots 
spaced  in  pairs.  The  proper  selection  of  numbers  will  usually  keep 
records  of  the  same  color  well  separated.  The  movii^  coil  of  the 
millivoltmeter  is  given  additional  protection  from  dust  by  the  casing 
shown  in  Fig.  11. 

To  make  this  recorder  operate  on  one  thermocouple,  the  couple  is  con- 
nected to  the  six  terminals  in  parallel.    If  a  record  of  only  one  color  is 
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desired  the  threads  may  be  replaced  by  three  of  like  color.  The  scale 
of  the  chart  is  i}4  ii-  (H-*  cm.)  wide  and  may  be  graduated  in  various 
ranges  of  d^;rees  Fahrenheit  and  centigrade. 

The  T&wing  recording  pyrometer  is  illustrated  in  Pig.  13,  which  shows 
a  type  making  six  records  with  two  galvanometers.  Records  are  distin- 
guished on  this  instrument  by  making  one  record  of  3-min.  dashes,  the 
second  of  l}i-ndn.  dashes,  and  the  third  with  dote.  The  cycle  requires 
7  min.,  since  both  galvanometer  pointers  are  depressed  at  once.  After 
the  third  record,  the  thermocouple  circuit  is  opened  and  the  pointer  re- 
turns to  zero  where  it  is  pressed  upon  an  inking  pad.    This  method  of 


Fia.  12. — Multiple-point  thread  recokder. 

making  easily  distinguished  records  is  simple  and  results  in  no  confusion. 
The  Thwing  recorders  are  also  made  with  three  or  four  galvanometers 
giving  nine  or  twelve  records.  The  width  of  Iscale  decreases  with  the 
number  of  records,  and  for  twelve  records  is  but  2^  in.  (6.3  cm.)  wide. 
The  mechanism  of  the  instrument  is  very  simple  and  can  be  made  so 
even  with  considerable  friction  in  operation.^because  the  clock  is  very 
powerful,  and  is  wound  once  daily.  The  clock  does  all  the  work,  turning 
the  paper  roll,  depressing  the  needle,  and  closing  and  opening  the  thermo- 
couple circuits.  The  commutator  contacts  are  of  silver  and  should  give 
good  results  with  a  shght  wiping  action,  which  is  obtained.  This  recorder 
is  often  furnished  to  operate  on  combinations  of  thermocouples  and  one 
or  more  radiation  pyrometers,  which  is  frequently  very  convenient. 
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The  galvanometers  used  are  double-pivot  iDstrumente  of  a  standard 
Thwing  type,  which  has  been  described  by  the  writers  in  a  previous 
article.  The  resistance  can  be  made  fairly  high,  but  varies  widely  with 
different  instruments,  remaining  high  enough  to  give  considerable  lati- 
tude in  length  of  leads  (copper)  used. 

The  Tapalog,  a  single-  or  multiple-point  recorder  made  by  the  Wilson- 
Maeulen  Co.,  is  illustrated  in  Figs.  14  and  15.    The  figures  illustrate  a 


Fio.  13. — Thwino  recorder. 

four-record  instrument  which  is  the  most  common  form.  The  very 
heavy  and  strong  construction  of  this  instrument  is  easily  recognized 
in  the  illustrations.  The  case  is  heavy  enameled  cast  iron  with  J^-in. 
plate-glass  windows.  The  works  are  mounted  on  an  iron  casting  sup- 
ported on  a  shelf.  There  is  no  need  of  an  extra  dust-proof  cabinet  and 
this  case  is  bolted  directly  to  a  wall. 

Rectangular  coordinates  on  the  chart  are  obtained  by  pressing  the 
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g;&lvanometer  pointer  against  a  nearly  sharp  straightedge  extending 
across  and  underneath  the  record  paper.  In  Fig.  15,  the  chart  carriage 
is  lowered  into  position  for  change  of  paper  and  inked  ribbon,  which  here 
have  been  removed.  The  sharp  straightedge  is  visible  midway  between 
the  sprocket  roller  W  and  the  sprocket  drum  D.  The  front  of  the  depres- 
sor frame,  sometimes  called  the  chopper  bar,  is  straight  and  in  line  with 


Fio.  14.— Wilson-Ma  BULB  N 

the  sharp  straightedge.  The  pointer  is  thus  caught  between  two 
edges,  giving  a  dot  under  the  paper  which  is  thin  and  translucent. '  The 
records  are  distinguished  by  different  colors.  Dots  are  made  at  10-sec. 
intervals,  eight  dots  to  a  thermocouple,  and  a  change  of  couples  every 
80  sec.  The  recorder  may  be  made  to  persist  in  indicating  the  tempera- 
ture of  one  couple  by  moving  the  lever  to  "Single,"  which  disconnects 
the  commutator  within  the  cylindrical  box  on  the  left. 

Power  is  obtained  from  three  dry  cells  placed  within  the  case,  and  the 
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speed  of  recording  operations  is  regulated  by  the  clock  in  the  box  at  the 
upper  right-hand  side.  The  clock  case  is  the  background  in  Figs.  16 
and  17.    It  is  a  powerful  eight-day  clock  with  two  springs.    The  eecape- 


Fia.  15. — Wilson- M  A BD LBN  becordeb. 


Fio,  16. — Contact  ubcbanisii  of 

ment  is  mechanically  linked  with  the  recorder  parts  throTJ^h  the  sprocket 
E,  Fig.  16,  which  is  engaged  by  the  pawl  D.  The  chart  drum  is  driven 
by  the  pair  of  gear  wheels  seen  in  the  lower  right-hand  corner.  The  fol- 
owing  description  explains  the  operation  of  the  contact  mechanism  and 
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the  method  of  taking  the  load  o£F  the  clock.  The  depressor  frame  B 
ia  hdd  up  by  the  overbalanciDg  weight  C  and  is  allowed  to  rise  slowly 
by  the  slow  motioD  of  the  escapement  sprocket  B,  which  is  engaged  by 
the  pawl/)  and  its  spring  0.  In  Fig.  17,  the  comer  of  B  has  been  cut  away 
to  show  parts  P  and  W.  When  electric  contact  (battery  circuit)  is  made, 
the  electromagnet  forces  the  frame  B  down  with  a  sharp  blow.  This  lifts 
the  weight  C.  The  part  P  bolted  to  B  engages  the  lug  W  on  the  arm  H, 
forcing  the  latter  to  the  left  until  it  is  caught  by  a  lug  entering  the  notch 
K  in  the  ann  G.  As  soon  aa  the  frame  B  is  depressed,  it  starts  rising 
slowly  with  the  motion  of  E.  When  the  frame  B  reaches  a  certain  point, 
it  lifts  the  arm  G  (P  strikes  L)  disengsgin^  it  from  the  lug  on  H,  allow- 
ing £f  to  be  pulled  into  its  original  positioD  by  the  spring  7*.    The  latter 


Fio.  17. — Contact 

operation  is  sudden,  so  that  the  lower  end  of  H  strikes  the  spirally  wound 
wire  V  on  M,  making  electric  contact  in  the  battery  circuit.  Thus  the 
cycle  is  complete.  In  this  cycle,  energy  is  intermittently  stored  up  in 
the  spring  T  and  the  weight  C.  The  contact  on  H  and  the  wire  V  are 
platinum-rhodium  and  platinum,  so  that  good  contact  is  alway:^  made. 

Eight  strokes  of  an  electromagnet  store  up  sufficient  energy  to  shift 
the  commutator:  This  is  not  shown  in  detail  as  the  parts  are  so  small 
and  superimposed  as  to  make  it  difficult  to  show  their  operation  photo- 
graphically. The  commutator  is  thoroughly  tested  before  incorporation 
in  the  recorder,  by  running  it  for  a  month  in  the  factory.  The  contacts 
are  td  rare  metal  and  a  combined  blow  and  wipe  contact  is  employed. 

Until  recently  the  galvanometer  of  this  recorder  was  made  only  with 
double  pivots  and  having  a  reaistancc^including  the  swamping  re- 
sistance— of  50  to  15Q  ohms.  In  1919,  the  manufacturers  began  furnish- 
ing the  instrument  with  a  monopivot  galvanometer,  and  were  able  to 
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increase  the  total  internal  resistance  to  450  ohmB  for  a  SSnuillivolt 
range.  The  armature  and  springs  of  the  galvanonieter  have,  in  this 
case,  a  combined  resistance  of  46  ohms.  The  period  of  vibration  of 
the  moving  coil  about  a  horizontal  axis  is  such  that  very  rarely  may 
trouble  be  expected  due  to  jarring  of  the  recorder.  The  galvanometer 
parts  are  particularly  stroi^  and  the  method  of  lowering  the  chart  carriage 
for  replacing  ribbon  and  paper  precludes  any  likelihood  of  injury  to  them. 


Thermocouple  Recorder  Opbratinq  o^f  the  Potentiouetric 
Principle 

The  principle  of  operation  of  the  potentiometer  circuit  and  the  various 
arrai^ements,  as  it  is  applied  in  pyrometry,  has  been  described  by  the 
writers*  elsewhere.  For  the  reader's  convenience  the  diagram  of  the 
simple  potentiometer  circuit  is  given  again  in  Fig.  18.    The  three  steps 


in  the  operation,  adjustii^  the  current  through  DE,  connecting  the  ther- 
mocouple (the  galvanometer  is  deflected),  and  turning  the  point  O  until 
the  galvanometer  deflection  is  zero,  are  done  automatically  in  the  multi- 
ple-point potentiometer  recorder. 

The  curve-drawing  recorder  made  by  the  Leeds  &  Northrup  Co.  is  a 
potentiometer  recorder  for  one  couple  only.  The  ink  pen  remains  in 
contact  with  the  paper  chart  at  all  times  and  a  continuous  terraced  curve 
is  drawn.  In  this  single-point  recorder,  the  current  through  the  slide 
wire  is  set  by  hand,  since  a  commutator  would  be  required  to  do  this 
automatically,  and  the  addition  of  a  commutator  converts  the  instru- 
ment into  a  multiple-point  recorder,  as  illustrated  in  Figs.  19  and  20. 
The  potentiometer  recorder  consists  essentially  of  a  potentiometer  with 
the  mechanical  device  shown  in  Fig.  21  foi  automatically  changing  the 


'  See  paper  by  Foote,  Harrison  and  Fairchild  o 

volume. 


Thermoeleotrio  Pyrametiy,  thii 


D.qit.zeaOvGoOt^lc 


C.    O.    FAIHCHILD    AND    PAUL   D.    FOOTE  427 

slide-wire  contact  and  moving  the  pen  across  the  chart.  It  is  the  per> 
fectioD  of  this  simple  device  that  has  made  possible  the  application  of  the 
potentiometric  principle  to  the  autographic  recorder. 

f^gs.  19  and  20  show  the  construction  of  tiiis  instrument  in  some 
detail.  The  case  conosts  of  a  cast-iron  back  with  an  oak  and  glass  cover, 
which  is  raised  in  Fig.  20.  On  the  left  of  the  case  are  shown  the  main 
switch,  the  thermocouple,  and  battery  binding  posts;  and  on  this  par- 
ticular instrument  an  automatic  cold-junction  compensator.^  On  the 
left,  within  the  case,  is  the  double-pole  commutator  with  five  sectors, 
one  of  which  is  for  the  atandffrd-ceU  connection.  The  motor  is  mounted 
above  the  box  containing  the  governor,  which  is  attached  to  the  end  of 
the  motor  shaft.    The  gears  and  cams  on  the  right  connect  the  main 


FlO.    19. — Lb&DB    &    NORTHRUP    RBCORDER. 

shaft  with  the  commutator,  print  wheel  (in  place  of  pen),  and  paper  chart. 
In  Fig.  21,  the  moving  coil  of  the  galvanometer  is  marked  7  and  this  is 
seen  in  Fig.  19  between  the  pole  pieces  of  the  horseshoe  magnet. 

The  chart  of  the  Leeds  &  Northrup  recorder  is  10  in.  (25  cm.)  wide 
and  has  rectangular  coordinates.  The  paper  has  been  removed  in  Fig. 
19  showing,  near  the  bottom  of  the  case,  the  empty  roll.  The  paper  goes 
from  this  roll  over  the  drum  and  out  of  the  case  through  a  slot  in  the 
bottom.  The  pen  in  single-point  recorders,  or  the  print  wheel  in  the 
instrument  illustrated,  travels  on  a  rod  above  the  drum  and  is  attached 
to  a  cord.  In  Fig.  19,  this  rod  is  turned  in  synchronism  with  the  commu- 
'  See  paper  on  Therm oclectrii;  Pyrometry. 
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tator  so  that  the  proper  number  on  the  pridt  whed  ia  down.  The  rod  is 
kept  away  from  the  paper,  against  the  tension  of  two  helical  springs,  by 
arms  at  each  end,  which  are  pressed  against  the  peripheries  of  two  cams 
on  a  shaft  running  in  the  rear  of  the  frame  seen  in  Hg.  20  where  the  entire 
works  is  swung  outward,  on  a  heavy  cast  iron  frame. 

A  short  description  of  the  device  shown  in  Fig.  21  and  its  cycle  of 
operations  will  explain  how  the  deflection  of  the  galvanometer  results 
in  a  movement  of  the  slide  wire  and  pen  without  requiring  that  the  galva- 
nometer do  any  work.  The  disk  1  is  mounted  on  the  same  shaft  as  the 
slide  resistances  R  and  DE,  Pig.  18,  which  are  wound  on  the  circumfer- 
ences of  the  disks  visible  in  Pig.  20.    The  power  supplied  by  the  motor 


Fio.  20. — Leedb  &  NoRTHRQP  recorder. 

enters  this  mechanical  system  through  the  shaft  6  carrying  the  large  cams 
6E  and  the  small  cams  6B  and  6C.  At  each  revolution  of  the  shaft  6, 
the  cams  6E  straighten  out  the  arm  S,  which  perchance  has  been  tilted  a 
moment  before,  and  in  doing  this  rotate  the  disk  1,  arm  8  being  pressed 
at  this  time  against  the  disk  1  by  the  spring  S.  The  arm  S  is  pivoted  on 
the  spring  S,  which  is  fast  to  the  frame  of  the  instrument.  When  the 
cams  6E  have  rotated  until  their  longest  radii  are  passing  the  extensione 
of  arm  2,  the  cam  6C  begins  to  raise  3,  Ufting  S  away  from  the  disk. 
When  £  is  free,  the  cam  6B  raises  the  rocker-arm  5,  which,  in  case  the 
galvanometer  is  unbalanced,  catches  the  pointer  under  one  of  the  right- 
angle  levers  4L  and  4R  pivoted  at  S4E.    The  lever  4L  or  4RiB  thus  made 
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to  swing  the  arm  S  by  pressing  against  one  of  the  eccentrically  located 
lugs,  $C.  The  rocker-arm  5  is  then  immediately  lowered  to  allow  the 
galvanometer  to  swing  freely.  Cam  6C  is  so  shaped  and  fixed  on  the 
shaft  6  that  it  will  recede  from  the  spring  3,  allowing  3  to  press-S.  against 
the  disk  just  before  the  cams  6E  begin  once  more  to  straighten  2. 

This  mechanism,  in  its  cycle  of  operations,  moves  the  contact  on  the 
slide  wire  whenever  the  potentiometer  is  out  of  balance  with  the  thermo- 
couple and  in  so  doing  operates  to  obtain  or  restore  the  balance.  The 
shaft  6  rotates  once  in  about  S  sec,  which  is  slow  enough  to  allow  the 
galvanometer  time  to  come  to  rest  or  nearly  so.    This  design  is  such  that 


the  amount  <^  rotation  of  the  arm  S  increases  with  the  extent  of  the  galva- 
nometer deflection,  since  the  pointer  approaches  the  fulcrum  of  the  lever 
4L  or  4R  as  the  deflection  increases.  The  motion  of  £  is  adjusted  so 
that  the  rotation  of  S  will  correspond  to  a  rebslanceing  step  of  the  pen, 
of  ^  in.  (19  mm.)  when  the  deflection  is  a  maximum,  and  decreases 
uniformly  to  about  i-io  in.  when  the  deflection  is  just  sufficient  to  catch 
the  boom  under  one  of  the  right-angle  levers.  This  gives  sufficient 
rapidity  of  the  various  actions  to  take  the  pen  the  width  of  the  scale  in 
somewhat  less  than  I  min.  A  record  is  made  once  a  ounute  on  the 
multiple-point  recorders  of  standard  design.     The  position  of  the  pen, 
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when  a  balance  has  been  obtuned  just  before  each  record,  corresponds 
to  a  definite  point  on  the  slide  wire,  for  the  pea  is  fixed  to  a  cord  fast  to 
the  slide-wire  disk  and  is  wound  or  unwound  with  the  rotation  of  the  disk. 

Once  during  a  revolution  of  the  commutator,  the  thermocouple  is 
disconnected  and  the  standard-cell  connection  made.  At  the  same  time 
the  potentiometer  slide  wire  is  let  loose  from  its  shaft  and  the  clutch 
engages  a  second  resistance  R,  Fig.  18.  Movements  of  the  disk  then 
result  in  changing  the  resistance  of  the  battery  circuit  and  the  current 
is  thus  set  to  its  proper  value.  The  pen  does  not  follow  this  adjustment 
and  no  record  is  made  of  variations  in  the  current.  With  batteries  in 
fair  condition,  the  current  is  easily  maintained  constant;  but  if  there 
arises  any  doubt  of  this  constancy,  the  recorder  may  be  watched  for  a 
few  minutes  and  when  the  standard-cell  connection  is  made,  the  first 
defiection  of  the  galvanometer  is  an  indication  of  the  change  inthe  current 
since  the  last  adjustment.  A  short-circuiting  contact  on  the  sUde  wire 
carries  the  pen  to  zero  on  the  chart  when  the  battery  has  run  down,  thus 
providing  ample  warning  under  most  circumstances. 

The  scale  of  this  recorder  is  uniform  when  graduated  in  millivolts, 
and  departs  from  uniformity  for  a  temperature  graduation  according 
to  the  temperature-electromotive  force  relation  of  the  thermocouple. 
The  standard  galvanometer  is  sufficiently  sensitive  to  work  satisfactorily 
with  a  full-scale  range  of  10  milhvolts,  which  gives  a  very  open  scale, 
particularly  for  base-metal  couples,  when  }{<>  in.  (25  mjn.)  of  scale 
corresponds  to  2}i°  C,  This  recorder  is  used  with  resistance  ther- 
mometers, in  which  case  the  electrical  circuit  takes  the  form  of  a 
Wheatstone  bridge,  and  the  scale  can  be  opened  until  the  entire  range 
corresponds  to  as  little  as  2°  C.  The  zero  of  the  scale  can  be  adjusted  to 
correspond  to  any  fixed  electromotive  force,  so  that  the  scale  may  be  put 
within  any  range  of  temperature  desired.  The  great  adaptabihty  of  the 
instrument  is  readily  apparent.  Some  of  the  appUcations  will  be  con- 
sidered in  a  section  on  temperature  control.^ 

TRANSrORMATION-POINT   INDICATORS    AND    ReCOEDERS     ' 

Instruments  for  obtaining  transformation  or  critical  points  in  steels 
have  been  in  use  for  a  number  of  years,  and  are  fairly  well  known  in  the 
steel  industries.  The  simplest,  being  also  the  least  accurate  method  of 
measuring  the  temperature  at  critical  points,  is  to  record  or  plot,  from 
indicator  readings,  the  temperature-time  of  the  sample  of  steel  when 
placed  in  a  furnace  and  heated.  This  method  requires  a  very  steady 
rate  of  heating  andthe  sensitivity  is  ordinarily  only  sufficient  for  high- 
carbon  steels.  It  is  possible,  by  using  a  potentiometer  and  very  sensitive 
galvanometer  and  forcing  the  furnace  to  rise  in  temperature  at  a  fixed 
'This  volume. 
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rate,  to  obt^n  a  temperature-time  curve  that  will  indicate  plainly  all  the 
transformations.  There  is  great  difficulty  in  keeping  the  rate  of  heating 
constant,  and  it  is  not  necessary  to  control  this  rate  better  than  to  keep 
it  from  changing  rapidly.  However,  in  the  research  laboratory,  good 
heating  rate  control,  sufficient  sensitivity,  and  an  accurate  method  of 
measuring  time  intervals,  as  with  a  chronograph  or  stop  watch,  will  give 
all  the  necessary  data,  sometimes  requiring  for  a  complete  interpretation, 
the  replotting  of  the  data*  as  temperature  versuH  inverse  rate,  —  ■ 

aT 

Burgees  has  described'  the  use  of  a  neutral  body  and  the  differential' 
couple  arrangement  (first  devised  by  Sir  Roberts-Austen),  which  tends 
to  avoid  to  a  large  extent  the  destruction  of  useful  data  by  variations  in 
heating  and  cooling  rates.  The  differential  couple  is  mounted  with  one 
hot  junction  in  the  test  piece  and  the  other  in  a  neutral  body  (one  with 
no  transformation  points) . 

The  data  obtained  are  curves  of  temperature  of  test  piece  versus  tem- 
perature difference  between  test  piece  and  neutral  body.  These  are 
mounted  side  by  side  in  the  furnace  and  must  be  of  such  size,  specific 
heat,  emissivity,  etc.  as  to  heat  and  cool  at  nearly  the  same  rate. 

The  industrial  laboratory  requires  a  method  of  automatic,  or  at  least 
semi-automatic,  recording  of  cooling  curves.  Simplicity  of  the  apparatus 
implies  a  limited  scale  range,  incompatible  with  the  direct  $  versus  ( 
method  and  requiring  the  use  of  the  differential  thermocouple.  To 
avoid  errors  due  to  improper  measurement  of  time  intervals,  the  records 
of  temperature  and  temperature  difference  must  be  on  one  chart  and  are 
best  obtained  from  a  single  galvanometer  connected  alternately  to  the 
thermocouple  in  the  test  piece  and  the  differential  couple.  A  curve  of 
temperature  versus  temperature  difference  may  be  obtained  simply,  in  a 
semi-automatic  recorder  using  two  galvanometers. 

The  Brown  Transformation  Point  Records. — Fig,  7  illustrates  the 
type  of  recorder  applied  for  this  purpose.  The  single  galvanometer 
of  this  instrument  has  two  windinp  of  low  resistance,  one  of  which  has  in 
series  with  it  a  high  resistance  and  is  employed  to  measure  temperatures. 
This  coil  is  connected  permanently  to  the  thermocouple  in  the  test 
piece.  At  intervals,  a  record  is  made  of  its  temperature.  At  alternate 
.  intervals,  the  other  coil  is  connected  to  the  differential  couple  and  a 
record  made  of  its  temperature  difference.  This  difference  shows  on 
the  chart  as  the  distance  apart  of  the  two  curves  of  9  and  B~$'.  If 
the  first  coil  were  disconnected  during  the  time  the  other  is  connected 

'  G.  K.  Burgess:  On  Methods  of  Obtaining  Cooling  Curves.     U.  8.  Bureau  of 
Sttuidarda  Sei.  Fa-per  99. 
'Loc.  eit. 
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$-$'  would  be  measured  by  the  deflection  from  zero  on  the  chart. 
But  0-9'  may  be  positive  or  negative  and  this  arrangement  would  necessi- 
tate a  reversing  switch  and  offer  no  advant^e.  To  obtain  sufficient 
sensitivity  base^metal  couples  and  rather  large  test  pieces  are  used.  The 
instrument  will  show  a  curve  with  a  very  marked  \og  at  the  eutectoid 
transformation  point,  and  by  close  observation  the  allotropic  transfor- 
mation point  At  may  be  detected  in  pure  iron.  There  is  not  an  excessive 
sensitivity,  but  practically  the  best  that  can  be  done  with  a  double- 
pivot  galvanometer. 

The  Leeds  &  Norihrup  TransformaUon-point  IndiaUor. — This  instru- 
ment is  a  semi-automatic  recorder  giving  a  continuous  curve  of  0  vs. 
.  9-9'.    One  observer  is  required  and  no  time  measoremeots  are  made;  it 
is  illustrated,  in  part,  by  Pig.  22.    The  wall-type  reflecting  galvanometers 
(two)  are  not  shown.    The  complete  appa- 
ratus includes  the  two  galvanometers,  furnace, 
rheostat,  and  thermocouples. 

The  recorder  consists,  in  the  main,  of  a 
potentiometer  with  a  slide  wire  and  drum  chart 
on  the  same  shaft.  In  moving  the  sUde  wire 
to  obtain-  a  balance  of  the  potentiometer 
galvanometer,  the  chart,  with  ordin&tes 
graduated  in  degrees  (or  millivolts),  turns 
simultaneously  and  its  position  with  reference 
to  a  pen  held  in  contact  indicates  the  tempei^ 
ature  of  the  test  piece.  The  pen  is  mounted 
.above  the  chart  on  a  carriage,  which  may  be 
moved  by  turning  a  screw  across  the  width 
of  the  chart.  Upon  the  carriage  is  a  ground- 
Fio.  22.— Leeds  &  North-   glass  screen  with  a  central  vertical  mark.    A 

ROP    TBANSPORMATION   POINT  i        j    l-    t.     .  ,1.  .■«  •■    l  l 

iNDioATOB.  spot  of  hght  from  the  differential  galvano- 

'  meter  is  focuQsed  on  this  screen.  Thediffereo- 
tial  couple  is  connected  directly  to  this  galvanometer  and  its  de- 
flections are  followed  by  turning  the  pen-carriage  screw  keeping  the 
mark  on  the  glass  coincident  with  the  light  beam  from  the  galvanometer. 
A  separate  glass  scale  is  provided  for  balancing  the  other  galvanometer. 
The  observer  has  two  motions  to  perform,  viz.,  turning  the  sUde  wire 
(and  drum)  end  turning  the  pen-carriage  screw. .  The  zero  temperature 
point  is  suppressed  and  the  end  of  the  slide  wire  is  usually  made  to  corre- 
spond to  2  millivolts  or  the  corresponding  temperature.  The  other  end 
of  the  slide  wire  corresponds  to  10  millivolts  giving  8  miUivolta,  or  about 
800°  C,  over  the  whole  chart  length  of  20  in.  (50.8  cm.).  This  is  a  suffi- 
ciently long  temperature  scale  for  all  practical  purposes. 

In  series  with  the  differential  galvanometer  is  a  resistance  that  ma^ 
be  used  to  cut  down  the  sensitivity  of  the  galvanometer,  which  will  be 
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usually  deflected  o£F  the  scale  at  a  eutectoid  traafifonnation  point.  The 
sensitivity  is  ample  for  detecting  all  the  transformatioa  points  ordinarily 
required  in  practice.  The  period  of  the  galvanometer  is  Aort  enough  to 
allow  the  heating  and  coolii^  to  be  done  in  iees  than  1  hr.  The  curve 
obtained  is  a  continuous  line,  slightly  raffed  due  to  manual  operation, 
and  is  easily  translated  into  metallurgical  terms.  It  can  be  replotted  into 
a  curve  of  $  vs.      ..     ,  the  so-called  "Derived  Differential  Curve," 

due  to  Rosenhain/  especially  if  errors  are  suspected  due  to  considerable 
differences  in  the  cooling  curves  of  the  test  piece  and  the  neutral.  This 
curve  also  aids  in  the  interpretation  of  results  and  corresponds  to  the 
inverse-rate  curve  when  only  measurements  of  temperature  and  time  are 
made  without  the  use  of  a  neutral  body  and  differential  thermocouple. 

DISCUSSION 

R.  W.  Newcomb,  New  York,  N.  Y.  (written  discussion*). — On 
page  417  mention  is  made  of  a  new  instrument  with  an  exceptionally 
high  resistance  that  has  been  developed  by  Charles  Engelhard.  All 
friction  and  wear  of  movii^  parts  of  the  moving  system  has  been  elimi- 
nated by  replacing  the  hardened  steel  pivots  and  jeweled  bearings, 
conmionly  used  on  other  instruments,  by  a  double  metallic  filament, 
one  at  the  top  and  one  at  the  bottom,  under  slight  tension.  Any  pos- 
sible distortion  of  the  moving  coil,  because  of  tension,  has  been  eliminated 
by  introducing  a  solid  spindle  as  the  axis  of  the  coil  between  the  points 
on  the  coil  where  the  metallic  filament  is  attached.  The  filaments  serve 
not  only  as  a  support  for  the  movit^  coil,  but  also  to  lead  in  the  current 
from  the  binding  posts  to  the  moving  coil,  and  as  a  source  of  counter- 
torque;  instruments  so  constructed  do  not  require  leveling,  and  are 
mechanically  very  robust. 

The  clock  of  the  recorder  serves  only  to  drive  the  chart  at  its  specified 
rate  and  to  operate  a  small  contact-making  device;  i.e.,  there  is  no 
other  mechanical  load  on  the  clockworks.  The  contact-making  de- 
vice is  so  constructed  that  there  is  a  quick-make,  a  quick-break,  and 
a  wiping  effect  while  the  contact  is  being  made.  Contact  surfaces 
on  this  switch  are  of  platinimi  platinum-iridium.  The  operation  of 
this  contact,  which  occurs  once  each  minute,  sends  a  current,  from  a 
6-volt  supply,  through  a  solenoid  magnet,  which  operates  the  depressor 
bar  mechanism  in  the  case  of  the  single-record  instrument;  in  the  case  of 
the  multiple-record  instrument,  it  operates  the  automatic  switch  and 
color-changing  features,  as  well  as  the  depressor  bar. 

A  new  method  of  inking  is  employ^.    On  the  single-record  recorders 
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the  paper  passes  over  a  small  roller  about  H  in-  in  diameter,  which  is 
located  directly  across  the  instrument,  beneath  the  depressor  bar. 
The  paper  is  held  clear  from  the  roller  surface  by  small  hubs  located  at 
each  end.  The  roller  is  covered  with  a  fabric  tube,  impregnated  with 
the  inking  compound,  and  is  slowly  turned  by  the  passage  of  the  paper. 
The  pointer  swings  above  the  chart  and  below  the  depressor  bar.  When 
the  depressor  bar  falls,  the  position  of  the  pointer  at  its  intersection 
with  the  color-carrying  roll  underneath  the  chart  is  recorded.  On  the 
multiple-record  instruments,  there  are  as  many  rollers  as  the  capacity 
of  the  multiple-recorder  in  thermocouples,  i.e.,  on  a  four-point  recorder 
there  are  four  rollers,  on  a  six-point  recorder,  six  rollers,  etc. 

The  operation  of  the  automatic  switch  that  controls  the  rollers,  the 
depressor  bar,  and  the  color-changing  mechanism  is  accomplished  by 
the  solenoid  magnet;  the  up-and-down  motion  of  the  magnet  is  changed 
into  a  rotating  motion  for  the  operation  of  the  switch  and  color-changing 
mechanism,  by  a  double-acting  locking  pawl  engaged  with  a  pinion. 
When  the  small  contact  switch  on  clockwork  makes  contact,  the  armature 
of  the  magnet  is  drawn  down,  allowing  the  depressor  bar  to  record  the 
position  of  the  pointer  corresponding  to  the  temperature  of  the  thermo- 
couple. As  soon  as  the  contact  is  broken,  the  reacting  spring  on  the 
solenoid  magnet  turns  the  automatic  switch  and  color-changing  mechan- 
ism to  the  next  point. 
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Hij^-temperature  Control 

BT  C.  O.  FAIRCHILD,  *  B.  S.,  AND  PAUL  D.  FOOTE.t  PH.  D.,   WASBINGTON,  D.  C. 
(Chioaco  M«tiDg.  Ssptember.  ISIS) 

The  meaning  of  temperature  control  can  be  extended  to  cover 
not  only  the  control  of  temperatures  but  also  the  control  of  processes 
through  a  knowledge  of  the  temperatures  involved.  In  this  sense  it 
has  a  very  wide  interest.  A  list  of  the  industries  in  which  temperature 
control  is  used  in  one  way  or  another  would  cover  nearly  the  entire 
industrial  field.  This  discussion  will  be  confined  to  the  field  of  high 
temperatures. 

In  practically  all  industries  involving  operations  at  high  temperatures, 
pyrometers  are  used  or  men  are  paid  for  their  ability  either  to  estimate 
temperatures  or  g^e  an  operation  by  some  physical  or  chemical  change 
or  condition  dependent  on  temperatures.  As  progress  is  made  in  the  devel- 
opment of  instruments  and  of  methods  for  measuring  temperature,  some 
of  these  highly  skilled  artisans  are  learning  the  use  of  a  new  tool.  Many 
processes  have  been,  in  recent  years,  improved  by  means  of  exact  measure- 
ment thus  substituted  for  estimation,  but  in  a  great  many  industries  the 
pyrometer  has  had  practically  no  opportunity  to  demonstrate  its  useful- 
ness. The  perfecting  of  instruments  must  be  accompanied  with  a  dis- 
semination of  the  knowledge  that  new  instruments  are  available  and  can 
be  economically  used.  The  demand  at  present,  however,  ia  ahead  of 
the  supply,  and  many  industries  are  handicapped  by  the  want  of 
pyrometers. 

One  of  the  highest  paid  skilled  tradesmen  of  the  present  time  is  the 
man  in  the  steel  rolling  mill  who  knows  when  proper  working  tempera- 
tures are  attained.  The  metallurgist  in  his  development  of  steels  is 
continually  demanding  closer  adherence  to  given  temperature  ranges  in 
the  processes,  and  the  pyrometer  is  rapidly  becoming  indispensable. 
Properties  of  the  finished  products  are  being  correlated  with  working 
temperatures  and  so  closely  that  in  some  cases  even  the  pyrometer  is 
taxed  to  give  the  required  accuracy.  The  greatest  progress  has  been 
made  in  those  industries  in  which  the  lower  temperatures  are  used, 
particularly  below  500°  C.  In  this  lower  range  automatic  control 
.  has  been  h^hly  developed. 

*  AasocJEite  Phyeiciat,  U.  S.  Bureau  of  Standarda' 
t  Phyeicist,  U.  S.  Bureau  of  StaudardB. 
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Genekal  Discussion  of  Problem  of  Control 

Some  of  tbe  factors  that  increase  the  difficulty  of  the  regulation  of  fur- 
naces, ovens,  kilns,  tanks,  etc.,  are:  Inconstancy  of  heat  supply,  variation 
in  internal  absorption  or  generation  of  heat,  variation  of  heat  lost  by  radia- 
tion,  etc.,  and  unsteady  supply  or  composition  of  material  to  be  heat  treated. 
As  each  of  these  items  is  intimately  asBociated  with  temperature  and  tem- 
perature variations,  there  is  little  room  for  doubt  that  furnace  control 
is  best  accomplifihed  with  and  through  a  knowledge  of  the  temperatiues 
and  temperature  variations.  Further,  this  knowledge  becomes  increas- 
ingly important  at  high  temperatures,  finally  becoming  the  prime  req- 
uisite in  all  cases.  How  are  the  temperature  and  its  variations  to  be 
determined?  Where  (in  what  part  of  the  furnace,  kiln,  or  oven)  is  it  to 
be  determined?  What  is  the  best  way  in  which  the  temperature  may 
be  indicated  so  that  it  will  aid  in  control?  Or  can  automatic  temperature 
control  be  accomplished? 

There  is  generally  some  point,  or  perhaps  several,  in  a  furnace,  the 
temperature  of  which  is  more  intimately  connected  with  the  desired  con- 
ditions than  any  other.  In  a  hardening  furnace,  it  is  a  simple  matter  to 
put  a  thermocouple  at  some  point  and  find  the  temperature  in  the  immediate 
vicinity.  But  it  is  another  matter  to  determine  the  actual  temperature 
of  a  piece  of  ateel  in  the  furnace.  This  particular  case  will  be  treated 
later.  In  open-hearth  furnaces  two  temperatures  are  particularly  desired, 
that  of  the  metal  and  that  of  the  roof.*  It  is  essential  to  tap  the  furnace 
when  the  metal  is  in  a  certain  temperature  range,  but  before  this  rai^  is 
reached  the  temperature  of  the  roof  is  considerably  more  useful  for  furnace 
control.  In  forcing  the  furnace  to  maximum  production,  the.  maximum 
rate  of  heating  the  charge  is  limited  by  the  refractoriness  of  the  brick 
making  up  the  roof.  Other  factors,  of  course,  enter  but  this  serves  as 
an  example  of  the  necessity  for  a  study  of  where  to  install  the  pyrometer. 
Burgess  found  that  remarkably  uniform  results  are  obtained  without  the 
use  of  pyrometers,  at  least  with  the  temperatures  of  the  metal.  The  roof 
temperature  was  found  to  vary  over  wide  limits.  The  exceptionally  con- 
sistent results  obtained  in  open-hearth  practice  are  due  to  highly  skilled 
men  who  have  learned,  by  longpractice,howtoestimate  temperatures  and 
run  the  furnace  by  the  appearance  of  the  slag,  etc.  However,  suppose 
that  an  optical  pyrometer  is  used  to  measure  the  temperature  of  the  roof 
and  that  the  bricks  of  the  roof  melt  at  1710°'C.  At  this  temperature, 
then,  the  deterioration  of  the  roof  is  quite  rapid.  But  at  only  a  slightly 
lower  temperature,  possibly  1690°,  at  which  there  are  no  signs  of  melting 
to  aid  the  furnace  man,  the  life  of  the  roof  is  very  much  greater.    Only 

>G.  K.  BurKCss:  Temperature  Measurements  in  Bessemer  and  Open-hearth 
Practice.     U.  S.  Bureau  of  Standards  Tech.  Paper  91  (1917). 
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by  means  of  a  pyrometer  can  so  close  a  regulation  of  temperature  as  this 
be  attempted  and  production  forced  to  a  umfonn  high  value  without  too 
rapidly  burning  down  the  roof. 

In  the  example  cited,  the  furnace  can  be  operated  quite  satisfactorily 
without  a  pyrometer,  because  a  physical  change  (the  melting  of  the  roof) 
begins  at  a  certain  temperature  but  does  not  at  this  temperature  attain 
a  disastrous  rate.  The  argument  is  not  affected  by  the  fact  that  numer- 
ous other  changes  occurring  serve  to  guide  the  furnace  man.  A  pyrites 
dead-roaat  furnace  tends  to  become  too  hot  and  reach  a  temperature  at 
which  the  pyrites  softens.  This  is  a  danger  point  as  the  ore  begins  to 
h&Il  up,  but  before  this  tendency  has  become  too  great  the  operator  has 
some  leeway  and  can  cool  the  furnace  by  prompt  action  without  coming 
to  disaster.  With  a  pyrometer  in  the  hottest  bed  of  the  furnace,  the 
temperature  can  be  kept  consistently  at  the  highest  safe  point,  without 
the  necessity  of  occasional  drastic  action  to  cool  the  furnace,  thus  lower- 
ii^  production. 

The  working  of  glass  is  an  excellent  example  of  an  operation  that  can 
be  carried  on  without  a  pyrometer  because  the  glass  grows  softer  very 
slowly  with  a  rise  in  temperature.  But  since  it  works  best  in  a  small 
range  of  temperature,  a  pyrometer  is  of  Considerable  advantage,  and  glass 
manufacturers  are  speeding  up  production  and  increasing  the  quality 
and  uniformity  of  the  product  by  installing  pyrometers.  These  instru- 
ments have  been  found  practically  indispensable  in  the  lehrs,  where  it  is 
difficult  to  make  any  estimate  of  the  temperatiues.  Here  it  is  necessary 
to  know  the  highest  temperature  reached  and  also  the  rate  of  cooling 
of  the  ware. 

In  order  to  control  a  furnace  with  a  pyrometer,  or  at  least  to  obtain 
the  most  help,  it  is  desirable  to  have  the  pyrometer  indicate  the 
temperature  where  the  widest  variations  occur  and  where  these  changes 
take  place  the  earliest.  In  industries  such  as  glass,  steel,  and  ceramics, 
in  which  very  high  temperatures  are  reached,  this  generally  cannot  be 
done  unless  a  radiation  or  optical  pyrometer  is  used.  The  position  in 
which  a  thermocouple  is  placed  sometimes  depends  on  its  ability  to 
withstand  the  maximum  temperatures  attained  and  the  expense  involved 
in  using  thermocouples  at  high  temperatures.  Often  the  position  is  so 
chosen  as  to  protect  the  thermocouple  even  though  the  temperature  indi- 
cated is  not  the  one  it  is  most  d^irable  to  know.  One  of  the  severest 
testa  of  permanently  installed  thermocouples  is  found  at  the  pyrex  glass 
tanks  of  the  Corning  Glass  Works.  Platinum  platinimi-rhodium  couples 
are  installed  in  the  walls  of  these  tanks  so  that  the  hot  junctions  do  not 
reach  into  the  inner  face  of  the  wall.  The  indicated  temperature,  1475- 
1500°  C,  is  possibly  100°  below  the  actual  temperature  of  the  glass.  The 
couples  are  found  to  deteriorate  very  rapidly  and  means  are  provided 
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for  frequently  checking  them  by  inserting  a  test  ftouple  Into  the  same 
protecting  tube. 

The  question  of  what  pyrometer  to  use  in  a  certain  case  is  always  a 
vexing  one,  unless  the  user  has  had  considerable  experience.  A  proper 
answer  to  the  question  would  be  a  table  of  industrial  operations  and 
descriptioofi  of  pyrometers. 

The  methods  of  rendering  temperature  information  useful,  that  is  the 
method  of  indicating  and  recording  temperatures  and  their  variations, 
are  very  numerous  and  must  be  adapted  to  special  needs  In  a  plant. 
The  simplest  way  is  to  put  the  pyrometer  indicator,  preferably  of  the  wall 
type,  in  a  conspicuous  place,  where  the  operator  can  read  it  with  the  least 
trouble;  special  means  must  often  be  employed  for  making  the  scale 
sufficiently  legible.  The  scale  must  be  as  open  as  possible,  so  that  small 
changes  of  temperature  can  be  readily  detected.  Some  indicators  are 
provided  with  two  pointers,  one  of  which  can  be  turned  to  the  tempera- 
ture desired.  This  second  pointer  may  be  made  a  single  line  or  a  double 
one,  the  latter  indicating  the  limits  of  variation  allowable.  In  the  ab- 
sence of  a  recorder,  the  second  pointer  is  nearly  indispensable  as  a  means 
of  judging  rates  of  change.  In  poorly  lighted  rooms,  illuminated  scales 
can  be  used.  If  cheap  labor  is  employed  and  the  operator  is  unable 
to  adequately  interpret  the  indicator  reading,  signaling  lights  or  alarms 
may  be  operated  cither  manually  or  automatically.  In  larger  plants, 
the  indicators  may  be  situated  at  a  central  station,  where  the  pyrometer 
man  reads  them  and  transmits  the  proper  signal  to  the  operator.  Colored 
lights  are  best  used  for  this  purpose,  white  for  correct  temperature,  green 
for  too  low,  and  red  for  too  high,  and  white  with  red  or  green  for  small 
departures  from  the  correct  temperature.  The  lighting  circuit  is,  of 
course,  completely  separated  from  the  pyrometer  circuit.  If  the  plant 
electrician  is  allowed  to  install  the  wiring,  be  must  be  convinced  that 
electrical  insulation  and  leakage  take  on  a  new  significance  in  electrical 
pyrometry.  The  use  of  these  colored  lights  or  a  s^nal  system  is  not 
restricted  to  control  at  a  fixed  temperature;  they  may  be  employed  for 
governing  the  rate  of  heating  up  a  kiln  for  instance.  In  the  ceramic 
industries,  pyrometers  arc  particularly  useful  as  a  means  of  avoiding 
loss  of  time  and  curtailment  of  production  on  account  of  a  non-uniform 
rate  of  firing. 

The  operator,  in  controlling  a  furnace  to  reach  a  desired  temperature, 
bases  his  action  on  experience  and  judgment.  Possibly,  he  turns  a  gas  or 
oil  valve  a  certain  part  of  one  turn  according  to  the  change  just  observed 
in  the  condition  of  the  furnace-  Obviously  the  adjustment  can  best 
be  made  with  a  knowledge  of  the  changes  that  have  occurred  over  a  con- 
siderable interval  of  time  rather  than  by  watching  the  change  occurring 
from  moment  to  moment.  This  is  one  of  the  most  prominent  advantages 
of  a  recording  pyrometer;  and  when  it  is  possible  and  the  class  of  labor 
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employed  wan-antB  it,  the  operator  should  be  given  the  advantage  of 
inspecting  the  recorder  chart.  It  is  neceseary  that  the  record  be  made 
with  a  frequency  greater  than  that  of  significant  changes  that  are  liable 
to  occur  in  the  furnace,  particularly  when  a  multiple  recorder  is  used. 
In  case  a  single-record  recorder  is  used,  or  a  multiple  galvanometer  re- 
corder in  which  each  galvanometer  is  always  connected  to  one  pyrometer, 
the  position  of  the  pointer  or  pen  will  always  show  the  change  that  is 
occurring.  The  recorder  should  be  ho  constructed  that  the  record  is 
visible  to  the  last  minute. 

When  pyrometers  have  been  installed  where  they  have  not  been  used 
before,  the  immediate  result  is  usually  confusion.  Difficulty  is  encoun- 
tered in  correlating  the  indicated  temperatures  with  other  conditions, 
so  that  there  may  be  less  efficient  operation  than  before.  Perhaps  there 
exists  a  notion  that  the  pyrometer  will  run  the  furnace.  Too  much  atten- 
tion is  given  to  temperature  and  the  attempt  is  made  to  operate  without 
regard  to  other  necessary  factors,  or  the  new  knowledge  is  misinterpreted 
because  of  the  errors  of  previous  ideas.  The  Ic^cal  way,  of  course,  is 
to  observe  and  record  temperatures  and  related  phenomena  until  the  full 
significance  of  temperature  ia  discovered,  ^he  pyrometer  may  fail  to 
indicate  correctly  or  consistently,  which  is  more  likely  to  be  the  fault  of 
the  user  than  of  the  manufacturer.  But  the  greatest  confusion  results 
from  previously  conceived  and  erroneous  notions  of  what  tempm-atures 
have  existed  in  former  practice  and  quite  frequently  of  what  conditions 
signify  a  rising  or  falling  temperature.  A  furnace  fired  with  some  fuel, 
as  gas  or  oil,  will  usually  have  a  damper  in  the  vicinity  of  the  waste- 
heat  flue  or  exit,  with  which  the  draft  is  or  can  be  controlled.  A  certain 
position  of  this  damper  corresponds  to  a  certain  temperature  gradient  in 
the  furnace.  As  the  damper  is  closed,  this  temperature  gradient  is 
gradually  changed,  either  increasing  or  decreasing,  depending  on  the 
draft  and  fuel  supply.  Some  point  is  easily  reached  at  which,  if  the  draft 
is  reduced  further,  the  temperatures  will  decrease.  There  is,  then,  this 
possible  condition:  With  the  damper  initially  wide  open,  there  will  be 
a  point  or  section  of  the  furnace  that  will  get  hotter  and  then  colder  as  the 
damper  is  gradually  closed.  So  it  is  conceivable  that  a  pyrometer  in- 
stalled at  a  certain  point  will  show  a  temperature  change  exactly  the 
reverse  of  what  a  mc^t  experienced  furnace  operator  will  expect,  when 
certain  changes  in  draft  or  firing  are  made.  Of  course  the  pyrometer  is 
not  the  only  available  means  of  learning  the  truth;  draft  and  carbon- 
dioxide  indicators  and  gas  analyses  properly  distributed  will  predict 
temperature  changes  correctly,  but  few  furnace  operators  are  able  to  do 
this  without  one  or  more  such  instruments.  In  some  industries  in  which 
the  heat  treatment  of  materials  is  essential  pyrometers  are  not  needed, 
for  the  heat  treatment  results  in  a  chemical  or  physical  change  that 
is  perfectly  definite  and  sufficient  for  control,  or  operating  conditions  can 
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be  .maintained  so  constant,  for  example  in  certain  distillation  processes, 
that  a  pyrometer  will  do  nothing  more  than  indicate  a  fixed  temperature 
within  the  accuracy  of  the  instrument.  In  some  suoh  instances,  a  more 
sensitive  and  accurate  instrument  may  result  in  unexpected  improve- 
ments and  in  perfecting  a  process  to  a  degree  of  refinement  not  considered 
possible. 

In  general,  however,  a  furnace  is  kept  operating  as  near  to  desired 
conditions  as  possible  in  spite  of  the  persistept  and  often  perplexing 
effects  of  the  variables  mentioned.  Temperature  measurements,  where 
they  have  not  been  made  before,  have  no  known  relation  to  the  rates  of 
change  and  the  values  of  these  variables.  So,  at  first,  these  measure- 
ments are  almost  useless.  The  initial  attitude  of  the  operator  is  similar 
to  that  which  he  would  have  toward  the  introduction  ra  a  new  variable 
for  him  to  worry  about,  when  as  a  matter  of  fact  he  is  gaining  exact 
knowledge  of  what  he  had  before  been  guessing.  It  is  evident  that  Urn 
is  only  a  transition  period  which  ia  bridged  with  difficulty,  and  during 
which  there  must  be  a  httle  faith  in  the  pyrometer  and  He  usefuloese. 

The  employment  of  pyrometers  is  generally  least  in  those  industries 
in  which  operating  conditions  are  the  worst  because  of  the  great  difficulty 
met  with  in  maintaining  uniformity  of  conditions.  It  is  particulariy 
true  of  such  an  industry  as  the  ceramic,  in  which  the  chemical  constitution 
of  raw-materials  is  of  prime  importance  and  difficult  to  control.  The  kiln 
operator  cannot  fire  his  kiln  according  to  any  certain  time-temperature 
relations  because  he  does  not  know  bow,  not  because  it  is  impossible.  He 
will  never  know  how  so  long  as  pyrometers  are  not  installed  and  the  time- 
temperature  relations  are  associated  with  other  variables.  Pyrometers 
are  now  being  used  in  kilns  in  order  that  the  rate  of  beating  may  be  main- 
tained with  greater  certainty  and  a  loss  of  time  due  to  too  slow  firii^  be 
avoided,  but  the  finishing  time  is  determined  with  Seger  cones.  It  is 
hoped  that  the  Seger  cones  will  eventually  be  supplanted  by  even  more 
useful  pyrometric  methods. 

Once  installed,  pyrometers  are  useful  in  so  far  as  they  have  been 
properly  selected  and  the  installation  properly  completed.  The  installa- 
tion of  thermocouples  is  discussed  elsewhere,  but  in  temperature  control 
it  is  necessary  not  only  to  attain  correct  temperature,  where  this  is 
desired,  but  also  to  attain  a  correct  temperature  at  some  other  point 
in  the  furnace,  variations  of  which  have  a  known  significance  and  rela- 
tion to  proper  operation.  That  is,  in  some  furnaces  it  is  possible  to  80 
place  a  thermocouple  that  should  the  furnace  tend  to  become  too  hot 
this  tendency  would  be  seen  in  the  pyrometer  indication  so  quickly  that 
the  cause  could  be  removed  and  a  coohng  action  initiated  before  any  vital 
part  of  the  furnace  would  be  overheated.  The  pyrometer  should  ob- 
viously function  in  a  like  manner  during  cooling.  The  lyinximiim  tem- 
perature that  a  thermocouple  can  withstand  is  more  often  exceeded  when 
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thus  installed,  and  this  fact  is  directly  responsible  for  the  slow  develop- 
ment of  automatic  control  at  higher  temperatures. 

Control,  either  automatic  or  manual,  and  automatic  signaling  are 
always  accompUshed  by  the  employment  of  a  method  of  forcing  the 
furnace  to  heat  or  cool  between  limits,  at  a  rate  and  through  a  range 
depending  on  the  process  and  constancy  required.  Ordinarily  there  is 
little  difficulty  in  obtaining  enough  Ben»tivity  of  the  instrument  for  either 
automatic  signaling  or  control,  except  in  the  research-laboratory  furnaces, 
where  at  times  the  limit  of  sensitivity  is  employed.  In  control  of  a 
furnace  through  pyrometric  meaaurement,  it  is  not  necessary  that  the 
pyrometer  be  accurately  calibrated.  It  must,  however,  be  particularly 
reliable  and  have  a  consistent  error,  as  has  been  stated  elsewhere. 

Devices  Used  fob  Control 

Automatic  Alarm. — An  ordinary  pyrometer  galvanometer  of  low  re- 
sistance may  be  fitted  with  two  contacts  on  pivot«d  arms,  between  which 
the  meter  pointer  plays.  No  relay  is  necessary  for  the  small  current  and 
voltage  required  to  operate  a  bell.  The  automatic  alarm  is  seldom  used 
in  this  form  since  the  alarm  operates  for  too  large  a  part  of  the  time 
unless  the  contacts  are  placed  wide  apart,  when  their  usefulness  is  much 
lessened.  The  action  may  be  made  intermittent  on  more  comphcated 
inatruments.  The  alarm  should  properly  be  employed  only  when  the 
departure  from  a  certain  temperatiu«  range  results  in  real  danger  to  life 
or  property. 

Manual  Signaling. — The  development  of  manual  signaling  has  taken 
place,  for  the  most  part,  in  the  larger  plants  having  extensive  pyrometric 
installations  of  such  scope  that  a  central  pyrometer  station  is  necessary. 
Fig.  1  illustrates  a  form  of  central  station  developed  in  part  by  Charles 
Engelhard.  With  such  an  installation,  only  the  thermocouples  and 
signal  lights  are  in  the  furnace  room  and  the  indicators  in  the  station  are 
connected  to  different  couples  by  means  of  push  buttons  on  switchboards. 
The  more  sensitive  types  of  double-suspension  or  unipivot-suspension 
millivoltmeters  or  thermocouple  potentiometers  are  used  and  can  indi- 
cate easily  temperature  variations  of  0.2  per  cent,  of  the  scale  range.  The 
mibstitution  of  manual  operation  for  automatic  is  necessary  to  attain  the 
closest  correlation  of  temperature  measurements  and  other  physical 
conditions  and  the  physical  and  chemical  properties  of  the  products. 

Signahng  is  accomplished  by  colored  lights,  using  three  at  each 
furnace.  Temperatures  are  read  at  frequent  intervals,  determined  by 
furnace  operation  and  the  operator's  interpretation  of  signals.  In  some 
plants,  pneumatic  tubes  are  installed  between  the  furnace  room  and  the 
station  for  transmitting  notes  concerning  the  process  or  measwements. 
The  furnace  roan  can  signal  the  station  with  the  ordinary  enunciator, 
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as  shown  in  Fig,  1  at  the  top  of  the  switchboard.  Such  a  signaUng  system 
of  colored  lights,  enunciators,  and  pneumatic  tubes  is,  of  course,  not 
peculiar  to  pyrometry.  This  is,  however,  a  very  fitting  application  of  such 
means  of  commumcation. 

AMtomaiic  Signaling. — The  descriptions  of  the  various  types  of  re- 
corders makes  it  clear  how  automatic  signaUng  may  be  accomplished  with 
pyrometer  galvanometers.  In  a  similar  manner  to  the  way  in  which  auto- 
graphic records  are  made,  a  depressor  bar, or  frame,  in  its  rise  and  fall, 
closes  either  of  two  pairs  of  contacts  depending  on  the  position  of  the 
pointer.  The  device  may  be  attached  to  an  indicator  according  to  Fig. 
2,  or  a  recorder  may  be  made  to  do  both  recording  and  signaling.  The 
latter  arrangement  has'  not  been  very  successfully  appUed  to  the  galva- 


FiG.  1. — Centrai,  pyrometer  station  of  Charles  Engelhard. 


nometer  type  of  recorder,  but  is  easily  adapted  to  the  potentiometer 
recorder  of  The  Leeds  &  Northrup  Co.  In  this  case  two  contacts  move 
with  the  slide  wire  on  its  shaft  and  the  third  is  stationary. 

The  galvanometric  instrument  illustrated  in  Fig.  2  has  two  platinum 
contacts  mounted  on  an  arm  which  swings  across  the  scale  to  adjust  the 
signaling  range.  The  signaling-circuit  current  does  not  Bow  to  the 
galvanometer  pointer  but  each  platinum  contact  is  double,  one  above  the 
other,  and  the  two  are  brought  together  by  the  pressure  of  the  depressor 
arm  transmitted  through  the  pomter.  The  pointer  is,  in  this  case,  a 
selector.  The  arrangement  of  Bristol  differs  from  this  in  that  a  tipping 
device  restrained  by  springe  is  tipped  by  the  pointer  when  the  depressor 
arm  falls,  in  a  direction  determined  by  the  pointer.    If  the  latter  ia  either 
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side  of  the  apex  of  a  triangular  dividing  piece,  this  will  determine  the 
direction  of  tipping.  The  springs  are  arranged  to  snap  the  contact  when 
the  pressure  has  reached  a  certain  value;  by  this  means  the  selection  can 
be  made  to  take  place  over  ^  smaller  interval  than  with  two  contacts 
placed  side  by  side  and  close  together. 

The  electromagnetic  switches  operated  by  closing  these  contacts 
hardly  need  description.  They  are  made  applicable  to  any  range  of 
voltage  and  require  a  small  fraction  of  an  ampere.  The  circuit  may  in- 
■dude  any  of  the  well-known  signaling  devices,  some  of  which  have  been 
mentioned. 

Figs.  3,  4,  and  5  illustrate,  dii^rammatically,  the  arrangement  of  the 
curve-drawing  potentiometer  recorder  with  signahng  lamps  and  furnace 
indicator.  The  diagrams  are  self-explanatory  but  the  new  method  of 
supplying  power  to  the  indicator  may  be  mentioned.    This  is  not  taken 
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.from  the  thermocouple  but  the  indicator  is  shown  in  a  Wheatstone  bridge 
attached  to  the  line,  preferably  llD-volts  alternating  current.  The 
movement  of  the  disk  carrying  the  sUde  wire  S  and  the  three  contacts 
connected  to  the  lamps  results  in  connecting  the  proper  lamp  and  in 
unbalancing  the  bridge  circuit.  The  meter  may  be  of  high  resistance  and 
its  indications  are  easily  checked  by  the  recorder  indication  and  correc- 
tion accomplished  with  the  adjustable  resistance  in  the  circuit.  It  is  only 
intended  to  show  the  magnitude  of  departures  from  correct  furnace 
temperatures  and  a  large  variation  in  line  voltage  would  not  be  serious. 
Fig.  5  shows  the  use  of  the  double  recorder,  or  curve-drawing  recorder, 
with  a  commutator  for  twocouples,  which  gives  the  form  of  record  shown 
in  Fig.  6.  This  instrument  is  also  used  in  the  automatic  control  arrange- 
ment shown  in  Fig.  9. 

The  advantges  of  automatic  signaling  are  not  always  well  defined  and 
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the  method  has  not  been  put  to  very  extensive  use.  In  cases  where  very 
exact  temperature  measurements  and  control  are  necessary  and  the  sensi- 
tivity demanded  results  in  an  instrument  that  must  be  removed  a  distance 
from  the  furnace  or  oven,  automatic  signaling  may-be  required;  but  in 
most  circumstances,  the  proper  placing  of  the  indicator  or  indicators 
will  make  automatic  signaling  unnecessary.  To  make  one  indicator  oper- 
ate many  separate  systems  of  signaling  would  require  a  complicated  and 
cumbersome  commutator.  Such  an  arrangement  might  take  the  place 
of  some  of  the  observers  in  the  central  pyrometer  station  of  a  large  plant, 
but  sensitivity  and  flexibility  would  be  sacrificed. 

Auiomaiic  Temperature  Control. — Temperature  control  at  low  ranges 
is  termed  thermostating  and  is  ordinarily  obtained  by  means  of  the  move- 
ment of  bimetallic  springs,  or  the  thermal  expansion  of  rods  or  fluid  col- 
umns.   At  high  temperatures  these  devices  are  utilized  only  with  great 


Fio.  6, — Record  of  Leeds  &  Northkup  double  coRVK-itRAWiNa  kecobdbb. 


difficulty,  and  thermoelectric  instruments  are  substituted.  The  principle 
of  operation  is  eimilar  to  that  used  in  automatic  signahng.  Electro- 
magnetic impulses  arising  in  the  pyrometer  indicator  or  controller  are 
utihzed  to  operate  oil  or  gas  valves  or  electric  switches.  In  case  the  valve 
or  switch  ia  large  and  the  electromagnetic  op^ation  requires  more  than 
a  few  hundred  watfs,  electric  relays  are  incorporated  between  the  control- 
ler and  the  valve. 

Automatic  temperature  control  is  complicated  by  the  interrelation 
of  such  factors  as  thermal  lag  and  the  magnitude  of  the  corrective  change 
in  heat  supply  during  each  period  of  reversal.  The  sensitivity  of  the 
control  instrument  determines  the  range  of  temperature  that  must  be 
covered  by  the  thermocouple  (or  other  pyrometer)  during  each  reversal 
of  the  valve  or  switch.  The  range  of  temperature  covered  at  the  source 
of  heat  is  greater  than  this  and  the  difference  is  determined  by.  the  type  of 
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furnace,  the  j&elhod  of  heating,  and  the  locating  of  the  thermocouple. 
For  closest  regulation,  which  is  best  accomplished  electrically,  the  couple 
must  be  very  near  if  not  in  contact  with  the  heater.  Considering  the 
cycle  of  operations,  if  a  furnace  is  cooling  the  current  will  be  increased 
when  the  couple  has  dropped  a  certain  amount,  the  heater  being  at  a  still 
lower  temperature.  Thecurrent  may  be  increased  by  a  single  step  upon 
reaching  this  point  or  a  mechanical  arrangement  may  be  used,  which  will 
continue  to  increase  the  current  so  long  as  the  couple  has  not  reached  the 
upper  limit  of  temperature.  The  single  step  will  ordinarily  give  the  least 
over-correction  of  heat  supply  and  the  method  is  the  most  simple  to  apply. 
It  will  fail  to  give  the  desired  result,  however,  if  there  exists  a  condition 
of  wide  variation  in  the  amotmt  of  heat  absorbed  or  lost  in  the  fiu-nace 
operation,  for  in  this  case  the  heating  current  change  during  a  reversal 
must  be  large.  A  mechanism  that  is  always  increasing  or  decreasing  the 
heat  supply  in  small  steps  may  often  be  advantageous  and  is  practically 
indispensable  in  the  arrangement  mentioned  below  for  automatic  control 
of  heating  or  cooling  rates. 

In  industrial  equipment  only  the  single-step  metiiod  has  been  appUed. 
In  electric  heating,  the  beating  current  is  changed  by  opening  or  closing 
a  switch,  which  will  shunt  a  rheostat,  change  the  series  or  parallel  con- 
nections of  the  heater,  or  change  the  secondary  side  of  an  automatic 
transformer.  In  gas  or  oil  heatii^,  the  supply  pipe  is  by-passed  and  the 
control  valve  is  placed  in  this  shunting  line. 

Fig.  7  illustrates  the  Brown  automatic  temperature-control  pyrome- 
ter, showing  the  galvanometer,  motor  for  raising  and  lowering  the 
depressor  frame,  and  the  solenoid  switches.  The  galvanometer  is  the 
high-resistance  type  with  300  ohms  for  a  base-metal  couple  and  a  scale 
range  of  1100°  C.  The  control  is  between  limits  1  per  cent,  of  the  scale 
range  in  extent;  that  is,  it  will  control  to  about  10"  for  the  above  range. 
The  range  can  be  lowered  considerably  for  closer  regulation,  say  to  3°  C. 
without  Berious  disadvantage.  By  using  a  method  for  manual  correc- 
tion for  resistance  and  a  low-resistance  meter  with  a  very  open  scale, 
the  control  may  be  easily  perfected  for  less  than  a  1°  variation.  Obvi- 
ously the  cold  junction  of  the  thermocouple  must  either  be  buried  deeply 
in  the  ground  or  placed  in  tee  or  a  thermoetated  box.  For  temperatures 
below  425°  C,  Brown  substitutes  a  nitrogen-gas  thermometer,  which 
makes  it  possible  to  control  to  0.2°  and  better,  with  a  scale  range  of  10 
or  15°  C.  Fig.  8  illustrates  the  form  of  electromagnetically  operated 
valve  that  has  been  developed.  The  Bristol  company  has  also  adapted 
the  instrument  described  for  signaling,  so  that  it  will  control  the  furnace 
temperature  automatically.  This  company  has  patented  a  valve  some- 
what different  from  the  one  illustrated,  but  designed  to  accomplish  the 
same  residts. 

The  General  Electric  Co.,  in  conjunction  with  the  Leeds  4  Northrup 
Co.,  has  developed  an  apparatus  for  automatically  controlling  the  opera- 
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tioti  of  electric  furnaces  for  hardening  steels.  Fig.  9  is  a  wiring  diagram 
of  the  control  panel.  This  equipment  automatically  heate  a  hardening 
furnace  up  to  a  temperature,  say  1000°  C,  somewhat  above  that  desired, 
say  900°  C,  and  holds  it  there  until  the  piece  being  treated  reaches  900°, 
when  the  furnace  temperature  is  dropped  to  this  value  and  held  there. 
This  unique  operation  is  accomplished  by  placing  one  thermocouple, 


Fia.    7. — Automatic  teupbratcre-  Fia.  8. — ELECTBQiiAaNETicAi,i.Y 


called  the  contact  couple,  in  contact  with  the  piece,  and  another,  called  the 
air  couple,  in  the  furnace  near  the  wall.  The  air  couple  is  kept  hot  until 
the  contact  couple  reaches  the  proper  temperature  when  the  air  tempera- 
ture is  lowered  to  this  value.  The  wiring  diagram  of  Fig.  9  is  clear  upon 
close  study  of  the  connections  and  a  discussion  is  scarcely  necessary,*     The 

'  In  thia  diagram  the  following  muat  bo  noted;  (1)  Control  relays  are  closed  when 
E  is  connected  to  6  and  S,  is  connected  to  7.  (2)  Connecting  Si  and  7  closes  the 
heating  circuit  by  the  magnetic  switch  on  the  left.  (3)  Contact  thermocouple 
operates  through  contacts  marked  Si,  Ri,  and  Ri,  and  air-couple  contacts  Si,  At, 
RS,  and  E.  (4)  Si  and  Rt  are  connected  and  open  a  relay  when  contact-couple 
reaches  the  desired  temperature. 
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contacts  that  operate  the  relays  are  opened  and  closed  by  the  automatic 
adjustment  of  the  potentiometer  slide  wire.  By  disconnecting  either 
of  th^e  thennooouples  and  one  of  the  control  relays,  the  instrument  may 
be  used  simply  to  hold  a  furnace  at  a  fixed  temperature.  Another  appli- 
cation of  the  potentiometer  type  of  automatic  controller  maintains  the 
temperature  of  the  box  ovens  used  in  japannii^  at  the  proper  point. 


Fio.  9— WiBiNo 


It  is  made  to  control  at  one  temperature  for  a  certain  interval  and  then 
automatically  changes  to  another  temperature  and  maintains  this. 

Still  another  operation  can  be  performed  with  this  instrument.  One 
of  the  writers  has  constructed  an  apparatus  that  will  heat  of  cool  a  fur- 
nace at  a  predetermined  rate;  the  rate  may  be  constant  or  a  function  of  the 
temperature.    This  apparatus  has  been  iiscd  in  studyii^  the  annealing 
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of  glass,  especially  the  fine  annealing  of  optical  glasa.  This  type  of  con- 
trol is  obtained  by  placing  one  contact  on  the  potentiometer  slide  vire 
and  the  other  two  contacts  upon  a  disk  that  is  made  to  turn  slowly  at  a 
chosen  rat«.  The  disk  is  turned  by  the  controlling  recorder  itself,  so 
that  the  whole  apporatue  is  automatic.  This  principle  of  moving  con- 
tacts is  applicable  to  any  of  the  controllers  described,  but  at  present  such 
control  has  not  been  utihaed  industrially. 

As  a  thermostat,  the  [Wtentiometer  recorder-controller  can  be  made 
capable  of  operating  upon  0.01°  changes  in  the  temperature  of  a  resist- 
ance thermometer  and  upon  lees  than  0.5°  with  base-metal  thermocouples. 
Very  rapid  progress  is  properly  expected  in  the  future  development  of 
instruments  for  automatic  temperature  control  at  higher  temperatures. 
The  field  is  a  comparatively  new  one  wad  undoubtedly  offers  possibilities 
that  are  not  fully  appreciated  at  the  present  time. 

SUBOfABT 

The  general  problem  of  the  control  of  furnaces,  kilns,  ovens,  tanks' 
etc.  operated  at  high  temperatures  is  intimately  associated  with  the 
measurement  of  temperature  and  its  variations.  A  knowledge  of  exist- 
ing temperatures  may  be  made  useful  by  the  proper  selection  and 
installation  of  pyrometers  and  a  careful  study  of  the  relation  of  tem- 
perature variations  to  other  factors  involved  in  control.  These  general 
considerations  have  been  discussed  and  a  short  description  has  been 
given  of  the  devices  used  in  high-temperature  control. 

DISCUSSION 

R.  W.  Nbwcomb,  New  York,  N.  Y.  (written  discussion*). — On  page 
446,  the  middle  paragraph  states  that,  in  industrial  equipment,  only  the 
siugle-step  method  of  automatic  regulation  has  been  applied.  Quite 
recently,  there  has  been  developed  an  automatic  temperature  regulator, 
operating  in  conjunction  with  a  pyrometer  of  the  thermoelectric  type, 
in  which  the  control  is  a  slow  r^ulation,  with  a  range  capable  of  regulat- 
ing valves,  dampers,  rheostats,  or  any  other  rotatable  member,  through 
one  or  more  complete  revolutions.  It  can  control  two  valves  at  the  same 
time,  with  a  fixed  definite  ratio  between  them. 

Aside  from  those  conditions  In  which  it  is  necessary  to  control  two 
valves  with  a  definite  ratio  one  to  the  other,  the  greatest  advantage  that 
this  slow,  even  control  will  have  over  those  controls  that  are 'either  all 
on  or  all  off,  will  be  for  use  in  connection  with  processes  where  a  large 
temperature  variation  is  required,  extended  over  a  considerable  period 
of  time;  that  is,  where  the  temperature  must  be  regulated  along  ui  in- 
creasing or  decreasing  time-temperature  curve. 


*ReCMved  Oct.  15,  1919. 
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Resistance  Themiometry 


'  H.   SC.,  NEWARK,  N.  J. 
(ChicBco  MwtlDi,  Septsmber.  IBIS] 

The  temperature  coefficient  of  electrical  resistance  of  pure  metals 
is  high  and  therefore  the  resistance  increases  rapidly  with  risiog  tempera- 
ture. In  1871,  Siemens  suggested  the  use  of  this  property  as  an  accurate 
means  of  temperature  determination.  Owing  to  practical  difficulties, 
particularly  the  contamination  of  the  metal  and  consequent  permanent 
change  in  its  resistance  and  its  resistance-temperature  relation,  this 
method  fell  into  disrepute  as  a  practical  standard  until  revived  later  by 
Callendar  and  Griffiths,  and  subsequently  by  Holbom  and  Wien,  all  of 
whom  showed  that  the  earlier  difficulties  were  not  inherent  in  the  method 
but  incident  to  the  mode  of  protection  of  the  resistance  coiLs.  Following 
the  work  of  these  investigators,  the  problem  of  temperature  measure- 
ment by  this  means  has  been  the  subject  of  careful  study  and  has  now 
assumed  an  importance  second  only  in  practical  adoption  to  the  thermo- 
electric method. 

It  is  generally  recognized,  both  here  and  in  Europe,  that  the  standard 
temperature  scale  should  be  the  thermodynamic  as  it  permits  the  evalua- 
tion of  high  temperatures  on  the  basis  of  the  radiation  laws  of  Stefan 
and  Bolzmann,  of  Rayleigh,  and  of  Wien  and  Planck,  on  a  scale  consistent 
with  that  obtained  by  means  of  the  gas  thermometer  at  low  temperatures. 
Lord  Kelvin  showed  that  only  a  very  small  correction,  amounting  to 
about  +0.7"  at  1000°  C. — almost  within  the  limits  of  experimental  errors — 
is  necessary  to  adjust  the  constant-volume  nitrogen  thermometer  to  the 
ideal  thermodynamic  scale. 

On  this  basis  the  Bureau  of  Standards,  Washington,  and  the  National 
Physical  Laboratory,  London,  have  established  a  fixed-point  scale  giving 
fixed-point  temperatures  up  to  1083°  C,  the  melting  point  of  copper  in  a 
reducing  atmosphere.  This  scale  has  now  been  generally  adopted  in 
this  country  and  in  England,  but  progress  in  this  important  subject  was 
undoubtedly  hindered  by  the  war.  A  most  significant  conference  of  the 
Bureau  of  Standards  and  the  National  Physical  Laboratory  was  to  have 
been  held  in  Berlin  in  September,  1914,  with  the  German  authorities  of 
the  Reichsanstalt.  The  loss  to  science  and  the  industries  dependent  on 
pyrometry  through  the  enforced  cancellation  of  the  meeting  has  unques- 
tionably been  great. 

*  M&nager,  Electrical  Dept.,  Hanovia  Chem,  A  Mfg.  Co. 
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For  the  standardization  of  the  reBistance  thermometer,  we  are  limited, 
for  all  practical  purposee,  to  the  fixed  points  of  the  standard  stale  falling 
within  the  range  of  practical  usefulnees  of  the  resistance  thermometer. 
In  the  case  of  the  platinum  resistance  thermometer,  these  are  the  freezing 
point  of  mercury  at  —38.88°  C,  the  melting  point  of  ice  0°,  the  trans- 
formation point  of  sodium  sulfate  32.384°,  the  vapor  of  water  boihng 
under  atmospheric  pressure  100°,  the  boiling  point  of  naphthalene  217.96°, 
the  boiling  point  of  benzophenone  305.9°,  and  the  boiling  point  of  sulfur 
444.5°. 

The  temperature  on  the  international  scale  ( ia  then  deduced  from  the 
formula 

'-'"-'[(iBo)'-IBol 
Where  pi  =  100  X  (s— ^-)and  R,  Bo,  and  Rm  are  the  measured 

resistances  of  the  thermometer  at  temperature,  t°,  0°  100°.  Over  the  limit's 
of  this  scale,  the  deviations  of  the  platinum  resistance  thermometer  from 
the  hydrogen  scale  of  the  International  Bureau  lie  within  the  hmits  of 
experimental  error  and  for  most  practical  purposes  the  correspondence 
is  sufficiently  close  down  to  the  boiling  point  of  oxygen  — 182.9°  C  and 
up  to  the  boiling  point  of  copper  1083°  (in  reducing  atmosphere).  The 
accuracy  within  these  wide  limits,  as  determined  by  various  experimenters, 
has  shown  somewhat  varying  results  and  might  well  be  made  the  subject 
of  a  careful  and  thoroi^h  investigation.  For  use  in  making  resistance 
thermometers,  the  platinum  should  be  of  such  purity  that  the  value  of 
S  in  the  above  equation  is  not  greater  than  1.52,  and  "" 
less  than  1.386. 


Advantaqes  of  Electric  Resistance  Method 

The  resistance  method  of  temperature  determination  possesses  for 
the  practical  rai^e  of  the  instrument,  as  indicated  in  the  foregoing,  several 
very  important  advantages  over  all  other  methods  of  determination. 
The  temperature  coefficient  of  resistance  of  pure  platinum  is  such  that  for 
an  increase  of  temperature  of  300"  from  0°  C.  the  resistance  of  the  spiral 
is  more  than  doubled  and  this  increase  is  maintained  at  practically  the  - 
same  rate  up  to  the  highest  temperatures.  Knowing  the  high  degree  of 
accuracy  with  which  electrical  resistance  may  be  determined  by  relatively 
simple  apparatus,  the  great  sensitiveness  of  this  method  is  at  once  appar- 
ent. Using  the  usual  Wheatstone  bridge  method  in  one  or  other  of  its 
forms,  the  temperature  scale  on  commercial  instruments  can  be  arranged 
for  any  desired  temperature  interval.  Taking  a  common  type  of  galva- 
nometer with  a  scale  5  in.  (12.7  cm.)  long,  the  instrument  may  be  graduated, 
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in  degrees,  for  a  temperature  scale  be^nning  at  600°  and  ending  at  700°. 
Such  a  scale  can  be  read  without  difficulty  to  one-fourth  of  1°.  Id  com- 
parison with  the  thermoelectric  instrument  in  which  the  scale  must 
always  b^n  at  zero,  the  increase  in  sensitiveneflB  of  the  electric  resistance 
method  is  very  great.  A  further  advantage  of  the  electric  resistance 
method  is  the  avoidance  of  cold-junction  ^rors  inherent  in  the  thermo- 
electric type. 

LiuiTATioN  OF  Electbic  ResisTAifCE  MetSod 

For  practical  purposes,  the  range  of  the  electric  resistance  thermometer 
covers  the  field  from  —200°  C.  to  +900°  C.  For  the  measurement  of  tem- 
peratures by  this  method,  an  outside  source  of  current  is  essential;  and 
for  most  of  the  commercial  infitruments  of  a  direct-reading  type,  a  storage 
battery  or  standard  cell  is  used  to  provide  this  current.  The  care  of  the 
Storage  battery  under  circumstancefi  where  direct  current  is  not  available 
for  charging  is  one  disadvantage  of  the  method.  This  may  be  overcome 
by  the  use  of  dry  cells;  but  owing  to  the  inconstancy  of  the  dry-cell 
voltage,  the  remedy  is  rather  worse  than  the  disease. 

CONBTBUCnON  AND  PboTECTION  Of  RBBISTA14CS   SPIRALS 

Platinum  is  most  generally  used  as  the  resistance  metal.  It  can  be 
readily  obtained  in  a  chemically  pure  state  and  is  applicable  to  a  wide 
temperature  range.  Iridium,  palladium,  and  rhodium  have  all  been 
suggested,  but  are  apparently  not  in  commercial  use.  Nickel  is  some- 
times used,  but  is  not  recommended  for  temperatures  higher  than  250°  C, 
owing  to  the  change  in  the  temperature-resistance  curve  as  the  transi- 
tion temperature  of  nickel  is  approached  and  to  the  danger  of  oxidation 
of  the  metal  at  higher  temperatures.  According  to  Marvin,'  the  equation 
log  R  ^  a  +  mi  holds  approximately  over  the  range  0-300°  C.  Moltett 
tin  was  recommended  in  1916  by  E.  F.  Northrup  and  R.  C.  Sherwood,* 
who  find  that  the  resistance  temperature  relation  gives  a  strught-line 
curve  up  to  temperatures  between  1600°  and  1700°  C. 

One  common  method  of  mounting  the  resistance  wire  is  that  devised 
by  Callendar,  consisting  of  crossed  serrated  mica  plates  on  which  the 
platinum  wire  is  spirally  wound.  This  form  is  used  by  the  Leeds  & 
Northrup  Co.  and  by  the  Cambridge  Scientific  Instrument  Co.,  though 
in  some  instances  Leeds  &  Nortiirup  replace  the  mica  frame  by  steatite. 
With  this  form  of  spiral,  it  is  necessary,  in  order  to  protect  the  plati- 
num from  contamination,  to  mount  it  in  an  impervious  tube  such  as 

<  Eleotrio  ReaBtance  of  Nickel  to  300°  C.    Phy».  Rw.  (1910}  SO,  622. 
■  JnL  Fnnk.  Inat.  (1916)  ISS,  493. 
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glazed  porcelain,  usually  protected' on  the  outside  by  a  tube  of  iron  or 
nickel.  For  very  high  temperatures,  the  Leeds  &  Northrop  Co.  uses  a 
form  of  potential  lead  thermometer.  Heavy  wire  is  used  in  the  coil  and 
is  freely  suspended  between  steatite  disks.  Owing  te  its  very  low 
resistance,  special  precautions  are  necessary  with  this  instrument  to 
obtain  a  satisfactory  degree  of  sensitivity. 

Another  type  of  spiral  is  that  manufactured  by  the  Hanovia  Chemical 
&  Mfg.  Co.,  in  which  the  platinum  spiral  is  wound  on  a  thin  tube  of 
transparent  quartz  with  an  outer  jacket  of  transparent  quartz  melted 
down  on  to  the  inner  core  so  that  the  platinum  wire  is  firmly  embedded 
•  in  the  quartz.  This  construction  gives  an  instrument  of  very  small 
volume  in  which  the  resistance  wire  is  thoroughly  protected  from  the 
contaminating  influence  of  dirt  and  reducing  gases.  Owing  to  the  small 
volume  of  the  instrument,  this  form  of  thermometer  follows  temperature 
changes  very  rapidly  and  each  spiral  can  be  accurately  adjusted  to  a 
standard  resistance  within  0.04  per  cent.  This  standardization  of  the 
resistance  coil  obviates  the  necessity  of  auxiliary  mauganin  coils  in  the 
headpiece  used  with  other  types  of  resistance  thermometers.  For  the 
most  accurate  calorimetric  work,  this  construction  is  not  recojnmended, 
owing  to  the  slight  change  in  the  constants  of  the  equation.  This  change, 
however,  is  not  of  sufficient  magnitude  to  impair  the  accuracy  for  ordinary 
laboratory  and  industrial  measurements.  As  mounted  for  industrial 
use  in  a  steel  or  copper  tube,  or  in  a  perforated  sheath  for  air  temperatures, 
the  quartz  resistance  thermometer  forms  a  very  rugged  and  convenient 
instrument. 

When  measuring  at  relatively  high,  temperatures,  the  resistance  of 
the  thermometer  leads,  graduating  from  the  high  temperature  to  be 
measured  down  to  the  comparatively  cool  headpiece,  requires  special 
precautions  to  avoid  the  introduction  of  errors.  In  the  quartz  ther- 
mometers of  the  Hanovia  Chemical  &  Mfg.  Co.,  this  source  of  error  is 
obviated  by  terminating  the  leads  inmiediately  above  the  spiral  and  con- 
tintiing  the  electrical  connection  with  the  headpiece  through  heavy 
metal  rods  of  low-temperature  coefficient.  The  method  originally  sug- 
gested by  Siemens  and  adopted  by  Leeds  &  Northrup  Co.  for  indus- 
trial use  consists  of  a  third  1^  of  the  same  wire  connected  on  the  upper 
end  of  the  thermometer  spiral  to  one  of  the  thermometer  leads  proper. 
This  loop  is  connected  in  series  with  the  balancing  resistance  of  the  bridge 
and  accurately  compensates  the  lead  resistance  where  a  zero-deflection 
instrument  is  used.  In  a  direct-reading  Wheatstone  bridge,  however, 
the  relation  of  the  thermometer  resistance  to  the  fixed  resistance  is 
slightly  altered  by  this  arrangement  and  a  small  error  remains  in  the 
reading.  Appended  is  a  table  showing  the  resistance,  up  to  900°  C, 
of  platinum  thermometers  having  a  resistance  25  or  50  ohms  at  the 
temp^sture  of  melting  ice. 
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Table  1. — Resistance  Values  for  Quarie  Resistance  Thermometers 
R,  =  R.{1  +  at  +  «•) 
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SOOvODMraw 

„^ 

Deo«<.C. 

SO  a  ■(  0  DaccMal      DiffcreiKa 

-200 

9,60 

+400 

123.60                 1 

72 

190 

11.68 

2.08 

410 

126.31                  I 

71 

180 

13.66 

2.08 

420 

127  02        ,          1 

71 

170 

IS.  73 

2.07 

430 

128.72               1 

70 

160 

17.79 

2.06 

440 

130.42               1 

70 

ISO 

19.86 

2.06 

450 

132.10               1 

68 

140 

21.90 

2.06 

460 

133.78               1 

68 

130 

23.96 

2.06 

470 

135.46               1 

68 

120 

26.99 

2.04 

480 

137.13               1 

67 

110 

28.03 

2.04 

490 

138.79               1 

66 

-100 

30.06 

2.03 

+500 

140.45               1 

66 

90 

82,08 

2,02 

510 

142,10               1 

65 

80 

34.09 

2  01 

520 

143.76               1 

66 

70 

36.10 

2.01 

630 

145.39               1 

04 

60 

38.11 

2,01 

540 

147.02               1 

63 

50 

40.11 

2.00 

660 

148.65               1 

63 

40 

42.10 

1.99 

660 

150,27               1 

62 

30 

44.08 

1.98 

670 

151.88               i 

61 

20 

46.06 

1.98 

580 

153.49                 i 

61 

10 

48.03 

1.97 

690 

155.09                 1 

60 

T     0 

60-00 

1.97 

+600 

166.69               1 

60 

10 

51.96 

1.96 

610 

158.28               1 

69 

20 

63.91 

1.65" 

620 

169.86               1 

68 

30 

66.86 

1.95 

630 

161.44               1 

58 

40 

67.80 

1.94 

640 

163.01               1 

67 

fiO 

60.74 

1.94 

660 

164.57               ! 

66 

60 

61.67 

1.93 

660 

166.13               1 

66 

70 

63.69 

1.92 

670 

167.68               1 

56 

80 

65.51 

1.92 

680 

169-23               1 

66 

90 

67.42 

1.91 

690 

170.77               1 

54 

+100 

69.33 

1.91 

+700 

172  30               1 

64 

i:o 

71.23 

1.90 

710 

173.83               1 

53 

120 

73.12 

1.89 

720 

175.35       1         1 

62 

130 

76.00 

1.88 

730 

.176.86       i         1 

61 

140 

75.88 

1.88 

740 

178.37               1 

61 

150 

78.76 

1.88 

760 

179.88               1 

61 

160 

80.63 

1.87 

760 

181,38               1 

50 

170 

82.49 

1.86 

770 

182.87       ■         1 

49 

160 

84.34 

1.85 

780 

184.35               1 

48 

190 

86.19 

1.85 

790 

185.82               1 

48 

+200 

88.03 

1.84 

+800 

187.30               1 

47 
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—Resistance  Values  for  QuarU  Resistance  Tfiermometers 
(Continued) 


Da>cM*C. 

WamtODasrw' 

Diffaeoc* 

DefTMaC. 

DiffercDM 

210 

89.87 

1.84 

810 

188.77 

1.47 

220 

91.70       1 

1.83 

820 

190.23       I 

1-46 

230 

93.52       1 

1.82 

830 

191.68       , 

1.45 

240 

95.34 

1.82 

840 

193.13       [ 

1.4S 

250 

97.15 

1.81 

850 

194.57       ' 

1.44 

260 

98.96       , 

1,81 

860 

196.01       , 

1.44 
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100.76       1 

1,80 

870 

197.44       < 

1.43 

280 

102.56       ' 

1.80 

880 

198.86       : 

1.42 

290 

104.35     ; 

1.79 

890 

200.28       ! 

1.42 

+300 

106.13 

1.78 

+900 

201.69    ■  1 

1.41 

310 

107.00       1 

1.77 

1 

320 

109.67       1 

1,77 

330 

111.43 

1.76 

340 

113.19       . 

1.76 

3fi0 

114.94       j 

1.75 

I 

360 

116.68 

1.74 

j 

370 

118.42 

1.74 

1 

380 

120.16       I 

1.73 

390 

121.88 

1.73 

+400 

123.60       1 

1.72 

1                         1 

Common  Types  op  Measuring  Appakatub 


Any  of  the  usual, methods  of  measuring  electrical  resistance  may  be 
applied  to  resistance  thermometers.  For  precision  work,  where  high 
laboratory  standards  of  accuracy  are  required,  either  the  Kelvin  double 
bridge  may  be  used  or  the  potential  drop  measured  across  the  terminals 
of  the  thermometer.  A  very  sensitive  arrangement  is  the  thermometer 
bridge  designed  by  the  National  Bureau  of  Standards  and  manufactured 
by  the  Leeds&  Northrup  Co.  using  a  four-lead  thermometer  to  compensate 
for  the  temperature  rise  in  the  thermometer  leads. 

For  most  industrial  instruments,  however,  the  method  in  vogue 
is  almost  univereally  some  modification  of  the  Wheatstone  bridge.  The 
method  of  the  Hanovia  Chemical  &  Mfg.  Co.  and  of  the  Cambridge 
Scientific  Instrument  Co.,  as  shown  in  Fig.  I,  gives  the  favorite  form  of 
direct  temperature  reading  instruments.  All  the  resistance  coils,  /, 
//,  and  ///  of  the  bridge  are  of  fixed  value  and  the  variations  in 
the  thermometer  temperature  are  graduated  on  the  galvanometer, 
in     temperature    degrees.      By    selecting    the    corresponding    resist- 
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ance  values  for  the  coil  ///,  the  temperature  scale  is  so  arranged  as  to 
bsgin  at  any  desired  temperature. 

The  other  system  in  current  use  ts  that  of  the  ohmmeter.  This 
method  is  used  by  the  Leeds  &  Northrup  Co.,  by  Paul  of  London,  by 
Carpentier,  and  others.  In  it  a  variable  resistance,  that  of  the  thermome- 
ter, is  balanced  against  a  known  resistance  by  means  of  a  2sero-point 
galvanometer  reading.  The  temperature  scale  is  usually  indicated  by  a 
dial  and  pointer  on  the  resistance  box.  For  temperature  indicating  in 
shop  practice,  the  Leeds  &  Northrup  Co.  use  a  slide-wire  balancing' 
resistance  marked  in  degrees  of  temperature  with  a  center  zero  voltmeter 
as  the  indicator.  The  slide-wire  resistance  is  adjusted  to  correspond  to 
the  temperature  desired  in  the  furnace  and  the  indicator  shows  a  deflec- 
tion -I-  or  —  according  as  the  furnace  temperature  is  higher  or  lower  than 
that  for  which'the  balancing  resistance  is  set.    When  the  indicator  needle 
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is  in  the  center,  the  bridge  is  in  equilibrium  and  is  independent  of  the 
voltage  of  the  applied  current.  The  instrument  is  therefore  made  to 
use  lighting-circuit  current.  For  the  control  of  certain  types  of  furnace, 
this  arrangement  gives  a  convenient  and  satisfactory  instrument;  but 
for  the  measurement  of  unknown  temperatures,  the  constant  adjustment 
of  the  balancing  resistance  is  somewhat  annoying  and  the  temperature 
variations  +  or  —  are  vitiated  by  voltage  fluctuations,  which  always 
occur  in  commercial  lighting  circuits. 

In  the  direct-reading  type  of  measuring  instrument,  a  recording 
galvanometer  is  often  substituted  for  the  indicating  type  and  most 
manufacturers  put  out  such  instruments  either  for  recording  on  a  single 
thermometer,  or,  through  the  medium  of  an  automatic  switch  arrange- 
ment, for  recording  on  a  number  of  points  simultaneously  on  a  running 
paper  chart.    Records  of  the  individual  thermometers  are  dther  num- 
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bered  or  are  made  of  different  colors  to  identify  the  record  of  the  respec- 
tive thermometers. 

All  in  all,  the  platinum  resistance  thermometer  over  the  range  for 
which  it  is  applicable  (—  200°  to  +  900°  C).  provides  the  most  convenient 
and  reliable  method  of  temperatm^  determination  and  record,  particu- 
larly where  the  measurements  are  required  at  one  central  point  or 
at  some  distance  from  the  source  of  heat.  They  possess,  generally 
speaking,  a  much  greater  freedom  from  errors  liable  to  be  overlooked  in 
other  types  of  instruments.  With  reasonable  care  in  use,  they  are  little 
subject  to  disturbance  in  operation,  can  be  calibrated  for  uiy  tempera- 
ture scale,  and  with  suitable  protection  almost  any  degree  of  sensitiveness 
can  be  secured  for  any  desired  temperature  rai^. 

Some  of  the  more  important  industrial  applications  of  the  resistance 
thennometer  are:  Marine,  railway,  and  stationary  refrigerating  plants, 
both  for  control  of  the  operating  temperatures  of  the  refrigerating  plant 
and  of  the  cold  storage  rooms;  drying  ovens  of  various  types,  such  as 
photographic-film  drying  rooms,  core  ovens,  bakii^  ovens  for  enamel, 
metal,  and  leather,  and  wood-drying  kilns;  the  control  of  the  lehr  tem- 
peratures in  glass  annealing;  the  control  of  reaction  temperatiu-es  in  the 
manufacture  of  sulfuric  acid  by  the  contact  process;  the  control  of  frac- 
tionating temperatures  in  oil  refineries;  for  boOer  testing,  fine  gases, 
feedwater,  and  superheater  temperatures  as  well  as  the  temperature  of 
the  bearings  in  turbine  engines;  and  the  control  of  innumerable  chemical 
proceeses. 
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Resistance  Thermometry  for  Industrial  Use 

BY    CHARLKB    P.    FHBT,"    PHILADELPHIA,    PA. 
(ChiflMO  Mh^dc.  8«ptaint»r.  1919) 

The  fundamental  principle  of  resistance  thermometry  lies  in  the 
determination  of  temperatures  by  the  measurement  of  an  electrical 
conductor  subjected  to  various  temperatures  and  the  translation  of  the 
reBultant  changes,  in  ohms,  into  temperature  equivalents.  Such  re- 
sistance measurements  can  be  made  with  maximum  precision  by  the  use 
of  a  standard  Wheatstone  bridge  and  a  reflecting  galvanometer  of  high 
sensitivity.  Under  such  conditions,  results  are  obtainable  that  may  be 
accurate  within  0.1  or  even  0.01  per  cent.,  and  the  "idiosyncrasies" 
of  heated  electrical  conductors  can  be  studied  with  advantage  and  profit, 
even  if  the  latter  is  not  of  a  financial  nature. 

The  chief  requisites  for  producing  a  serviceable  commercial  instru- 
ment may  be  enumerated  as  follows:  First,  there  must  be  a  resistor  or 
"bulb"  that  can  stand  the  maximum  temperature  withoiit  deterioration 
and  which  has  a  pronounced  temperature  coefficient.  Second,  there 
should  be  constructed  an  "even"  bridge,  having  two  fixed  arms  of  equal 
values,  in  ohms.  Third,  a  rheostat,  the  maximum  resistance  of  which 
will  be  equal  to  the  total  change  in  the  resistance  of  the  bulb,  between 
temperature  extremes,  is  required.  Fourth,  there  must  be  a  sensitive 
galvanometer  which  is  aperiodic,  or  nearly  so.  Finally,  there  should  be 
a  fairly  steady  source  of  direct  current. 

The  general  scheme  of  this  type  of  apparatus,  in  ite  simplest  form,  can 
be  readily  understood  by  reference  to  Fig.  1.  Resistors  A  and  B  are 
constructed  of  manganin,  therlo,  or  some  other  resistance  wire  having  a 
neghgible  temperature  coefficient.  The  sensitive  D'Arsonval  galvar 
nometer  G  has  its  zero  in  the  center.  R  is  a  rheostat  and  X  is  a  resistor 
or  bulb  made  of  insulated  platinum  wire,  or  else  of  nickel,  copper,  or 
some  alloy,  according  to  requirements.  JC  is  a  battery,  but  a  direct- 
current  service  line  is  often  used  instead,  with  sufficient  ballast  in  series 
to  properly  reduce  the  current. 

The  operation  of  the  instrument  is  very  simple.  All  that  is  necessary 
is  to  insert  the  bulb  in  a  source  of  heat  and  adjust  the  rheostat  until  the 
pointer  of  the  instrument  is  at  zero.  The  temperature  of  X  is  then  de- 
termined by  reading  a  scale  fastened  in  front  of  the  rheostat.  A  number 
of  bulbs  may  be  used  with  one  instrument,  placed  at  different  distances 

*  Chief  Electrical  Engineer,  llie  Brown  InBtniment  Co. 
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and  connected  by  means  of  leads  with  a  switch,  so  that  their  indications 
may  be  read  successively.  But  in  order  that  the  resistance  of  these 
leads  may  not  introduce  an  error  in  the  indications  of  the  instrument, 
the  arrangement  has  to  be  somewhat  modified,  as  shown  in  Fig.  2. .  Leads 
L  and  L*  connect  the  bulb  with  the  instrument  and  L*  connects  the  gal- 
vanometer as  shown.  Leads  of  equal  resistance  are  hence  added  to 
R  and  X. 

But,  in  dealing  with  the  foregoing  conditions  in  the  construction  of 
resistance  thermometers  for  practical  purposes,  consideration  must  be 
given  to  the  fact  that  the  user  wants  an  instrument  that  is  direct  reading, 
accurate,  and  convenient.  The  6rst  question  that  arises  is:  "What 
constitutes  accuracy?"  If  the  manufacturer  can  guarantee  that  the 
indications  of  the  apparatus  are  correct,  such  a  statement  will  content 
most  prospective  purchasers.    But,  if  we  consider  construction  as  a  whole 


from  the  technical  standpoint,  it  will  be  well  to  bear  in  mind  that  the 
maximum  degree  of  accuracy  attainable  depends,  from  the  very  outset, 
on  how  closely  the  thermometrio  scale  of  the  indicator  may  be  read.  For 
instance,  if  the  scale  is  12  in.  (30.48  cm.)  long,  the  subdivisions  are  uni- 
form, and  each  subdivision  is  equivalent  to  J^g  in.  (L58  mm.),  the  limit 
of  accuracy  near  the  upper  end  of  the  scale  is  1  part  in  200.  Tempera- 
tures may,  therefore,  be  determined  within  0.5  per  cent.,  or  possibly 
0.25  per  cent.,  by  interpolation.  They  can  be  read  even  closer,  if  the 
galvanometer  is  caUbrated.  But  in  any  event,  within  these  lunitations 
we  need  not  concern  ourselves  unduly  about  Lord  Kelvin's  thermody- 
namic scale,  or  its  relation  to  the  constant-volume  hydrogen  thermometer. 
Amoi«  the  problems  assigned  to  our  experimental  department  during 
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the  past  12  mo.  were  two  relating  to  resistance  thermometry,  which  were 
'  of  interest  because  extreme  opposite  conditions  had  to  be  met.  The 
first  of  these  was  the  production  of  an  apparatus  havit^  a  range  of  0"  to 
850°  F.  (— 18°  to  454''C.)  which  was  to  be  used  with  eight  interchangeable 
bulbs,  for  the  determination  of  Sue  temperatures. 

The  main  consideration  was  the  selection  of  suitable  materiiJs  for 
constructing  the  bulbs.  Platinum  wire  would  doubtless  have  been  best, 
but  owing  to  cost  and  war  conditions  it  was  practically  unprocurable. 
A  wire  said  to  be  pure  nickel,  but  which  actually  contained  some  slight 
impurities,  as  was  found  later,  was  used ;  but  these  impurities  were  not  a 
detriment  under  the  circumstances.  This  wire  was  wound  upon  threaded 
lava  insulators  about  1  in.  (25  nun.)  loi^,  and  ^  in.  diameter,  forming 
the  bulbs,  and  these  bulbs  were  then  adjusted  to  equal  values  at  32°  F. 
They  were  next  coated  with  a  thin  layer  of  cement,  consisting  chiefly 
of  quartz  and  carborundum.  After  being  provided  with  copper  leads  of 
large  diameter,  they  were  phtced  in  a  calorimeter  and  heated  to  a  tempera- 
ture of  900°  F.  This  opontion  was  repeated  several  times  until  it  was 
certain  that  they  had  become  "aged,"  and  that  their  respective  redst- 
ancee  were  fixed  at  any  temperature.  An  intercomparison  by  bridge 
measurements  established  the  fact  that  whOe  differences  in  their  indi- 
vidual resistances  and  temperature  coefficients  existed,  both  at  scale 
extremes  and  at  intermediate  stages,  such  differences  did  not  exceed 
0.1  per  cent.,  and,  consequently,  were  well  within  the  observable  limit 
of  accuracy  of  the  scale  calibration.  It  was  also  found  that  it  would  be 
comparatively  easy  to  produce  additional  bulbs  with  different  samples 
of  nickel,  by  the  well-known  method  of  adding  a  small  resistor  of  manganin, 
which  could  be  placed  most  conveniently  in  the  head  of  the  protecting 
tube  containing  the  bulb,  so  that  it  would  not  be  damaged  by  the  h^her 
temperatures. 

It  should  be  added  that  the  subdivisions  of  the  scale  were  not  uniform 
but  pn^ressively  larger  from  0°  to  500°,  after  which  they  diminished, 
being  of  about  the  same  width  at  800  °  as  at  100°  F.  Since  the  normal 
temperatures  to  be  measured  were  about600°F.  (315°C.)the  scale  had  the 
widest  divisions  where  it  was  most  used,  which  was  an  almost  ideal  condi- 
tion. The  extreme  change  in  the  resistance  of  these  bulbs  was  approxi- 
mately 38'Ohms  for  750°  F. ;  hence  it  was  comparatively  easy  to  construct 
a  finely  divided  helical  rheostat  to  counterbalance  these  changes. 

A  galvanometer  of  sufficient  sensitivity  to  respond  to  the  smallest 
observable  change  in  the  scale  index  was  produced  by  u^ng  a  light  three- 
layer  copper-wire  coil.  The  resistance  of  this  coil  was  approximately 
50  ohms;  and  since  current  for  the  operation  of  this  apparatm  was  ob- 
tained from  a  110-volt,  direct-current,  service  Une,  10,000  ohms  or  ntore 
of  ballast  resistance  was  used  in  series  so  that  the  galvanometer  had  a 
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negligible  temperature  coefficient.  This  apparatus  has  been  in  successful 
operation  for  nearly  10  months. 

Another  instrument,  designed  and  constructed  to  meet  unusual 
conditions,  was  a  precision  resistance  thermometer  having  a  range  of 
only  6°,  namely  from  —  1°  to  +5°  C.  We  were  informed  that  this  appa- 
ratus was  to  be  used  for  determining  "frazil"  temperatures.  Reference 
to  the  dictionary  revealed  the  fact  that  "frazil"  is  idiomatic  Canadian 
French,  and  is  used  in  referring  to  ice  under  water,  or  "anchor  ice." 
Now,  we  have  been,  and  still  are  under  the  impression  that  ice  floats, 
and  that  its  temperature  is  never  above  0°  C,  so  we  assumed  that  the 
outfit  must  also  have  been  intended  to  test  water  near  the  freezing  point. 
The  specifications  called  for  a  bulb  protected  with  a  coppa-  tube  at  least 
10  ft.  (3  m.)  long  and  hermetically  sealed.  This  was  to  be  connected 
with  the  instrument  by  means  of  about  75  ft.  (22  m.)  of  highly  insulated 
triple-conductor  wire. 

The  main  obstacles  to  be  overcome  in  the  successful  construction  of 
this  apparatus  were  due  to  the  narrow  range  of  scale  and  the  problem  of 
insulation.  In  ordinary  cases,  when  the  scale  range  is  about  650"  C.  the 
average  change  in  the  resistance  of  a  standard  platinum  bulb  is  approxi- 
mately 0.068  ohm  per  degree  centigrade.  If  such  a  bulb  were  used  in  this 
instrument  it  would  give  a  total  change  in  its  resistance  of  only  about 
0.4  ohm  for  6°C.  Under  such  conditions,  the  rheostat  would  also  have  to 
have  a  resistance  of  approximately  0.4  ohm ;  and  in  order  to  obtain  suffi- 
cient galvanometric  sensitivity,  it  would  be  necessary  to  pass  an  excessive 
current  through  the  bulb,  producing  a  heating  effect  and  introducing  a 
"variable"  that  would  cause  a  radical  error  in  the  scale  reading. 

Another  problem  that  called  for  consideration  was  due  to  the  fact  that 
while,  theoretically,  it  is  easy  to  determine  temperatures  near  0°  C, 
this  cannot  be  done  empirically  with  accuracy,  without  setting  up  a 
rather  elaborate  outfit.  To  minimize  this  difficulty,  we  decided  to  use 
pure  electrolytic  copper  wire  specially  prepared  and  having  a  constant 
temperature  coefficient  of  0.00393°  C.  at  0°  C.  This  wire  was  wound 
upon  a  hollow  cylinder  of  very  thin  copper  tubing,  about  3^  in.  (6  mm.) 
in  diameter  and  7  in.  (17  cm.)  long.  The  cylinder  was  first  given  a  thin 
coating  of  silk  and  insulating  varnish.  The  wire,  which  was  of  very  small 
diameter,  was  also  silk  covered.  After  the  bulb  had  been  constructed  in 
this  manner,  it  was  impregnated  with  insulating  compound  and  then 
alternately  baked  and  frozen,  until  it  was  "aged."  It  was  then  adjusted 
to  2600  ohms  at  0"  C.  Its  temperature  coefficient  was  next  determined 
between  20° C,  and  — I'C.andagainbetween  — I*'and4-5°C,  Hencethe 
increase  in  resistance  at  any  temperature  between  —  1°  and  -f-  5°  C.  could 
be  determined  by  2600  X  [1  +  (0.00393  X  temperature)].  The  total 
change  in  resistance  between  —  1°  and  +5"  C.  was  very  nearly  60  ohms. 
lliiB  permitted  the  construction  of  a  rheostat  to  be  used  in  the  indicating 
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instrument  having  a  resistance  of  10  ohniB  per  degree  centigrade  or  0.2 
ohm  per  scale  division.  Consequently  the  instrument  would  be  sensitive 
and  the  required  galvanometric  defections  were  obtained  when  a  current 
of  less  than  5  milliamperes  was  passing  through  the  bulb.  The  maximum 
P.  D.  at  the  bulb  terminals  was  13  volts,  and  the  C*R  loss  wasO.OdS  watt, 
which  was  a  negligible  factor. 

But  since  the  scale  of  the  instrument  was  about  11  in.  (28  cm.)  in 
length,  and  was  subdivided  to  permit  the  determination  of  temperature 
to  J^o°  C.,  it  was  necessary  to  provide  an  extremely  sensitive  aperiodic 
galvanometer.  For  this  purpose  a  pivoted  movable  system  was  used,  the 
coil  of  which  was  made  of  aluminum  alloy  wire,  coated  with  specially 
prepared  enamel,  only  0.0003  in.  (0.007  nam.)  thick,  and  equipped  with 
delicate  springs  and  a  hollow  knife-edged  pointer,  also  of  aluminum. 
The  weight  of  this  movable  system  was  only  430  milligrams.  The  scale 
of  this  instrument  was  then  calibrated  on  a  Wheatstone  bridge  by  using 
the  bulb  resistance  equivalents  already  referred  to. 

The  final  operative  tests  were  made  as  follows:  The  bulb  terminals 
were  soldered  to  the  ends  of  the  triple  conductor  wire  and  it  was  lowered 
to  the  bottom  of  the  copper  protecting  tube,  which  was  provided  with  a 
covered  funnel-shaped  head.  Then  the  tube  and  funnel  were  filled  with 
an  insulating  compound  having  a  negligible  expansion  coefficient  below 
40°  C.  A  test  with  UO-volt  direct  current  proved  that  the  insulation 
resistance  between  the  bulb  and  the  outer  casing  was  over  70  megohms. 
After  completion  the  apparatus  was  tested  by  placing  the  bulb  and  a  sensi- 
tive thermometer  in  a  freezing  mixture. 

Before  shipment,  when  the  temperature  of  the  outside  air  happened 
to  be  a  little  above  0°  C.  the  bulb  was  hung  out  of  a  window  and  the  tem- 
perature measured.  It  was  then  found  that  there  was  practically  no  lag 
in  the  response  of  the  bulb  to  temperature  changes,  since  if  the  tip  of  a 
finger  was  placed  on  the  lower  end  of  the  protecting  tube,  the  galva- 
nometer would  be  immediately  thrown  out  of  balance  and  would  almost 
instantly  return  to  normal  when  the  finger  was  removed. 

DISCUSSION 

G.  A.  RousH,*  South  Bethlehem,  Pa.  (written  discussion^). — Mr. 
Frey  is  correct  in  his  impression  that  ice  floats,  but  "frazil"  ice  happens 
to  be  the  exception  to  the  rule.  The  requirements  for  the  formation  of 
frazil  ice  seem  to  be  a  clear,  cold  night  and  water  on  a  bed  of  clean  rock. 
The  exact  causes  of  its  formation  are  not  definitely  known,  but  are  sup- 
posed to  be  somewhat  as  follows.  The  rock  bottom  has  a  greater  emissive 
power  for  radiant  heat  than  the  surface  of  the  water,  hence,  on  a  clear. 


•  AmiBtant  Professor  of  Metallurgy,  Lehigh  University.      f  Received  Oot.  18,  1919. 
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cold  night,  when  conditions  are  most  favorable  for  the  loss  of  heat 
from  the  surface  of  the  earth  by  radiation,  the  rock  cools  faster  than  the 
water  over  it,  due  to  the  greater  radiating  power  of  the  rock  and  the 
partial  transparency  of  the  overlying  water  to  the  radiant  heat.  This 
may  result  in  the  formation  of  a  film  of  ice  of  considerable  thickness 
forming  in  contact  with,  and  adhering  to  the  rock,  without  the  surface 
of  the  water  having  even  reached  the  freezing  point.  When  the  sun 
strikes  the  spot  the  next  morning,  a  reversal  of  the  action  takes  place 
and  the  rock  warms  up  faster  than  the  overlying  water,  with  the  result 
that  the  surface  of  the  rock  soon  becomes  warm  enough  to  melt  the  film 
of  ice  in  immediate  contact  with  the  rock,  and  the  whole  mass  then  floats 
to  the  surface. 
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Tin:  An  Ideal  Pyrometric  Substance 

BY  B.  F.  MOBTHBUP,*  TRBNTON,  N.   1. 
(CblMco  MmUbc,  S^>t«mlMr.  ISIS) 

These  brief  notes  respecting  the  properties  of  pure  tin  that  make  it 
useful  as  a  pyrometric  substance  summarize  information  gathered  by 
the  writer  in  an  extensive  experimental  investigation  on  the  electrical 
properties  of  metals  in  the  molten  state. 

Tin  in  quantities  sufficient  for  pyrometric  purposes  may  be  obtained 
at  relatively  low  cost  and  in  a  state  of  high  purity.  The  metal  melts  at 
232°  C.  and,  according  to  determinations  made  by  Greenwood,  1909, 
does  not  begin  to  boil  until  a  temperature  of  2270°  C.  is  reached.  The 
writer  can  assert,  from  personal  observations  carefully  made,  that  tin 
shows  no  tendency  to  boil  at  a  temperature  of  1680°  C.  If  Greenwood's 
observations  are  correct  the  temperature  interval,  2038°  C,  in  which  tin 
exists  as  a  liquid  under  atmospheric  pressure,  exceeds  that  of  any  other 
substance. 

It  has  never  been  observed,  as  far  as  the  writer  is  aware,  that  tin  forms 
,  any  chemical  union,  as  carbide,  with  carbon  at  the  highest  temperatures 
at  which  it  can  exist  as  a  liquid.  It  is  quite  certain  from  the  writer's 
personal  observation  that  tin  heated  in  Acheson  graphite  to  1680°  G. 
remains  chemically  uncontaminated. 

Wires  of  pure  tungsten  do  not  dissolve  in  molten  tin  at  temperatures 
at  least  as  high  as  1680°  C.  Tungsten  wires  or  rods  may,  therefore,  be 
used  as  electrodes  dipping  into  molten  tin  when  required  for  measuring 
the  resistance  of  the  molten  metal  at  very  high  temperatures. 

When  tin  is  raised  to  a  high  temperature  in  a  covered  graphite  con- 
tainer, the  CO  atmosphere  that  exists  above  its  surface  has  a  reducing 
action,  which  maintains  this  surface  of  mirror  brightness.  Incidentally, 
tin  maintained  molten  in  a  crucible  of  Acheson  graphite  makes  a  most 
excellent  bath  into  which  may  be  inserted  several  pyrometers  that  are 
to  be  interoompared  at  the  same  temperature. 

But  the  two  properties  of  tin  that,  in  its  molten  state,  make  it  par- 
ticularly valuable  as  a  pyrometric  substance,  are  the  strictly  linear 
character  of  the  increase  of  a  given  volume  in  resistivity  with  increase  in 
temperature  and  the  decrease  of  a  given  volume  in  density  with  mcrease 
in  temperature.  The  increase  in  the  resistivity  of  tin  in  the  molten  state 
has  been  studied  by  the  writer  with  very  great  care  and  he  can  assert 
positively  that  up  to  a  temperature  at  least  as  high  as  1680°  C.,  and  very 
probably  beyond  this  temperature,  the  resistivity  of  the  metal  increases 


*  President,  PTrolectrio  Instrument  Co. 
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linearly  with  increase  in  the  temp>erature.  The  same  can  be  asserted 
in  regard  to  the  decrease  in  the  density  with  increase  in  temperature. 

When  the  coefficients  have  once  been  accurately  determined,  as- 
suming that  suitable  methods  are  available  for  accurately  measuring 
either  the  resistivity  of  the  tin  or  the  expansion  of  a  given  volume  of  the 
tin,  one  can  in  the  former  case  deduce  the  absolute  temperature  and  in 
the  latter  case  the  change  in  the  absolute  temperature. 

Methods  for  accomplishing  these  results  in  a  practical  way  have 
been  described  by  the  writer  in  numerous  publications.  The  moet 
refined  method  and  the  one  yielding  the  most  accurate  results  in  an 
exceedingly  simple  manner  for  determining  the  relation  between  tem- 
perature and  riesistivity  has  been  given  in  a  paper  by  Northrup  and  Sher- 
wood.' A  method  for  determining  the  expansion  of  tin  or  its  decrease 
in  density  with  increase  in  temperature  has  been  outlined  by  the  writer.* 

There  is  no  more  reason  why  one  should  go  back  to  the  volume  ex- 
pansion or  increase  in  pressure  of  a  given  quantity  of  gas  as  a  final 
standard  of  temperature  than  that  one  should  go  back  to  a  pure  element 
Uke  tin  as  a  final  standard,  provided  the  properties  of  this  latter  substance 
are  related  to  temperature  in  a  manner  as  nmple  as  the  former.  It  is 
now,  at  least  in  the  writer^s  mind,  quite  as  certain  that  the  resistivity 
of  a  given  volimie  of  molten  tin  is  related  by  a  stnught-line  law  to  the 
absolute  temperature  as  is  the  pressure  of  a  given  volume  of  gas.  Gas 
thermometry,  for  practical  reasons,  ends  at  the  melting  temperatiure  of 
palladium,  1550°  C,  while  there  are  no  practical  limitations  to  prevent 
the  accurate  determination  of  an  absolute  temperature  by  measuring 
the  resistivity  of  a  definite  volume  of  tin  when  the  temperature  is  at  least 
as  high  as  1680°  C.  and  probably  as  high  as  the  melting  point  of  platinum. 

If  at  the  time  the  writer's  researches  were  made  on  the  resistivity  of 
molten  metals  a  high  frequency  induction  furnace  had  been  available  in 
its  present  perfected  form  for  laboratory  use,  all  his  determinations 
could  have  been  made  with  much  greater  ease  and  rapidity  and  higher 
temperatures  could  have  been  obtained.  It  is  earnestly  hoped  that 
some  investigator  with  the  simple  means  now  at  his  disposal  will  make  a 
redetermination  of  the  melting  points  of  the  higher  melting  metals  in 
terms  of  the  known  resistivity  of  pure  tin. 

DISCUSSION 

P.  D.  FooTii,  Washington,  D.  C. — Another  metal  very  similar  to  tin 

in  respect  to  the  long  temperature  range  for, the  liquid  phase  is  gallium. 

This  metal  is  liquid  at  room  temperature  and  has  a  boiling  point  probably 

near  2000°  C.     It  appears  much  like  mercury  except  that  it  wets  glass. 

'  New  Methods  for  Measuring  ResiBtivity  of  Molten  Mftteriala:  Results  for 
Certain  Alloys.    Jni.  Frank.  Inst.  (Oct.,  1916)  18S.  477. 

*  Production  of  High  Temperature  and  Its  Meaaurement.  Tran*.  Faraday  Soc. 
(1918)  19. 
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Thermocouple  Installation  in  Annealing  Kilns  for  Optical  GlasB 

.  *.,  B.  aa,  AND  H,  8.  aoBDRTs,* 


DuBma  the  wartime  rush  to"  prepare  the  glass  necessary  for  the  needs 
of  our  army  and  navy,  the  problem  of  the  temperature  control  of  the  an- 
nealing kilns  became  most  serious.  The  narrow  limits  of  strain  allowable 
(all  the  specifications  called  for  less  internal  strain  than  the  average  of  the 
previously  used  German  glass)  made  necessary  a  very  exact  procedure 
and  the  methods  had  to  be  used  on  a  much  larger  scale  than  theretofore. 
At  the  Charleroi  plant  of  the  Pittsburgh  Plate  Glass  Co.,  the  members  of 
the  staff  of  the  Geophysical  Laboratory,  which  was  co5perating  with  the 
company,  had  occasion  to  study  the  methods  available,  and. reached  a 
number  of  conclusions  (many  of  them  by  no  means  new  except  in  their 
application)  that  may  interest  and  assist  those  wHo  have  to  meet  aiTnilar 
problems  in  other  fields.  The  following  is  a  short  account  of  the  essential 
features  of  the  system  of  temperature  control  evolved,  along  with  a  rather 
abridged  statement  of  the  reasons  that  led  to  the  adoption  or  rejection  of 
various  schemes. 

Reasons  for  Using  Theruocouples 

In  the  annealing  of  optical  glass,  temperatures  up  to  650'C.  have  to  be 
measured  with  an  accuracy  of  better  than  5°  and  with  a  sensitivity  ex- 
ceeding this;  a  10°  error  will  practically  double'  the  time  necessary  for  the 
anneahng  of  the  glass.  The  sensitivity  is  necessary  since  the  cooling  rate 
must  be  carefully  regulated  during  the  beginning'  of  the  cooling. 

The  conditions  at  once  limit  us  to  two  measuring  devices  for  the  tem- 
perature: the  thermocouple  and  the  resistance  thermometer.  Either 
device  will  fulfil  the  conditions,  and  we  chose  thermocouples  for  the  fol- 
lowing subsidiary  reasons :  (1)  Heavy  wires  may  be  used,  so  that  there  is 
no  danger  from  rough  handling.  (2)  Large  numbers  of  duplicate  couples 
may  be  prepared  without  the  need  of  any  skill,  while  the  preparation  of 
resistance  thermometers  calls  for  delibate  workmanship.  If  the  couples 
are  made  from  the  same  spool  of  wire,  the  calibration  curves  will  be 
sufficiently  close  to  render  caUbration  of  individual  couples  unnecessary 
until  they  have  been  used  for  some  time  or  under  bad  conditions.     (3) 

*  Physical  Chemist,  Geophysical  Laboratory,  Carnegie  Institution  of  Waahiugton. 
'  The  data  collected  on  these  points  will  be  publiehed  very  shortly  by  L.  H.  Adams 
and  E.  D.  Williumscin. 
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The  installatioD  is  somewhat  cheaper,  (4)  A  large  variety  of  well- 
made  electrical  instrumenta  is  available  to  cover  most  of  the  possible 
requirements. 

Choice  of  Kind  of  Wire 

Sioce  the  temperatures  to  be  measured  are  comparatively  low,  it  is 
unnecessary  to  use  the  expensive  rare-metal  couples  such  as  platinum- 
platin-rhodium  (Pt:  90  Pt  —  10  Rh),  which  is  the  combination  most 
used  in  scientific  high-temperature  work.'  The  sensitivity  of  this  couple 
is  also  rather  low. 

There  are  two  main  factors  to  be  considered  in  addition  to  those  pre- 
viously mentioned:  reproducibility  and  length  of  service  under  given 
conditions.  The  first  of  these  gives  support  to  the  idea  of  using  pure 
metals.  There  are,  however,  very  few  combinations  of  this  kind  that 
give  the  necessary  sensitivity*  and  none  of  these  would  last  long  at  the 
required  temperature.  Nickel-iron*  gives  fair  service  if  the  atmosphere  is 
not  too  oxidizing.  By  using  alloys,  it  is  possible  to  get  the  required 
sensitivity  and  service  but,  of  course,  the  reproducibility  is  not  so  good, 
althoi^h  quite  good  enough  for  many  purposes. 

The  three  most  generally  useful  combinations*  are  copper-constantan, 
iron-constantan,  and  cbromel-alumel.  The  first  is  good  only  at  tempera- 
tures up  to  300°  C.  or  thereabouts,  but  either  of  the  others  gives  good 
service  up  to  about  1000°  C,  except  that  the  iron  must  not  be  in  an  oxi- 
dizing atmosphere  and  the  last  combination  should  not  be  used  in  a 
reducing  atmosphere.  For  our  particular  use  we  chose  chromel-alumel 
(supplied  by  the  Eoskins  Co.)  as  it  met  all  our  requirements  and  could  be 
put  to  use  in  some  other  furnaces  where  we  had  an  oxidizing  atmosphere 
quite  unsuited  for  an  element  with  iron  in  it. 

Choice  of  Electrical  Instrument 

There  remains  the  question  of  the  type  of  measuring  instrument,  of 
which  three  must  be  considered:  Direct-reading  millivoltmeters,  poten- 
tiometers, and  instruments  on  the  same  principle  as  the  "  Pyrovolter." 
The  direct  reader  may  be  neglected  where  accurate  work  is  called  for'. 
Id  our  opinion  it  is  the  direct  cause  of  innumerable  troubles  and  costs, 
in  a  short  time,  far  more  than  the  difference  in  initial  cost  between  it 
and  a  better  type  of  instrument. 

The  potentiometer  has  one  drawback:  it  requires  that  a  constant, 
though  very  small,  current  be  kept  passing  through  its  coils  while  measure- 

*  See  paper  by  L,  H.  Adaina,  this  volume, 

'  The  chaoKce  in  the  slope  of  the  thermoelectric- temperature  curve  due  to  inversion 
pointa  in  the  metals  are  awliivanl  although  not  fatal. 
<  For  relative  seoaitivities,  see  L.  H.  Adams,  op,  cit. 
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mentfl  are  being  made.  It  is  sufficient  to  adjust  the  current  once  s  day 
by  balancing  the  battery  against  a  standard  cell.  On  the  other  hand, 
provided  the  standard  cell  is  kept  balanced,  there  is  no  possible  way  of 
reading  wrong  with  the  potentiometer,'  if  a  reading  is  got  at  all  it  must  be 
right.  This  constitutes  its  great  advantage.  We  found  it  easy  to  get 
the  average  American  workman  to  understand  the  reason  for  the  settings 
and  had  little  trouble  on  account  of  mistakes  by  the  temperature  readers. 
A  more  serious  objection  to  theatandardcellisthatit  does  not  stand  exces- 
sive changes  of  temperature  and  may  easily  be  ruined  some  cold  winter 
night.    This  we  found  really  troublesome  in  the  case  of  the  portable 
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FlO.  1. — SST-CP  POfi  TASIABIA-CDKBBNT  TTPB  OF  POTINTIAI.  lUASORUL  In  THB 
"PTBOTOI/m"  OKLT  ONX  BLECTRIC&L  tNBTRUlfBNT  IS  USK).  An  IXTBA  BBBiaTANCB 
AND  A  8VITCB  ABI  ADDED  BO  THAT  TBI  BBSISTANCl  AMD  INBTBUHXNT  CAN  TAKE 
BITHBR  THB  POSITIONS  A  AND  Q  OB  (7  AND  A. 

instruments  dunt^  the  winter  of  1917-18.  This  suggests  the  use  of  an 
instrument  which  does  not  need  a  standard  cell.  At  least  a  partial 
answer  is  found  in  inBtrumenta  on  the  same  principle  as  the  pyrovolter. 
An  ioatnunent  of  this  kind  consista  of  three  parts:  a  fixed  resistance, 
a  galvanometer,  and  an  ammeter.  A  battery  is  also  needed  with  suitable 
resistances  to  cut  down  its  current.  The  connections  are  represented  in 
Fig.  1.    The  variable  resistance  R  is  varied  until  no  current  paases 

■  See  W.  P.  White  (this  volume)  for  &  discussion  of  the  potentiometer  used  in  this 
type  of  work. 
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through  0.  The  fall  of  potential  through  C  (the  fixed  resistance)  must 
then  be  equal  to  the  thermo-electromotive  force  of  the  couple.  By  Ohm's 
law  this  ifi  equal  to  the  product  of  the  current  (as  read  at  A)  and  the  re- 
sistance C.  The  resistance  C  being  fixed,  the  current  immediately 
gives  a  reading  of  the  voltage  and  hence  of  the  current.  If  C  is  small  it 
is  not  necessary  to  read  very  small  ciurenta;  e.g.,  if  C  is  0.01  ohm,  a 
current  of  1  milliampere,  which  is  well  within  the  sensitivity  of  possible 
measurement,  would  represent  a  voltage  of  0.01  millivolt  in  the  thermo- 
couple. This  type  of  instrument  is  capable  of  practically  unlimited 
sensitivity  and  will  probably  prove  very  popular  if  a  well-designed  in- 
strument is  put  on  the  market.  The  attempts  to  put  a  portable  instru- 
ment of  this  type  on  the  market  have  not,  in  otir  opinion,  been  successful, 
owing  to  the  attempt  to  ecODomise  more  than  was  possible.  It  is  useless 
to  try  to  use  one  and  the  same  electrical  instrument  both  as  ammeter 
and  galvanometer  and  expect  to  get  good  results,  since  the  very  features 
that  are  desirable  for  the  one  use  are  undesirable  for  the  other. 

Abbangbment  of  Leads  and  Othbk  Appabatus 

There  were  in  one  room  eleven  kilns,  in  a  second  twenty  kilns,  and  in 
a  third  four  kilos.  It  was,  however,  never  necessaiy  to  read  the  tempera* 
ture  in  all  of  these  simultaneously.  We  immediately  determined  on  having 
a  central  booth  to  which  every  element  could  be  connected.  This  arrange- 
ment seemed  much  preferable  to  the  system  of  having  an  instrument 
in  each  room,  as  it  allows  all  the  readings  to  be  made  conveniently  by  one 
man  per  shift  and  recorded  by  him.  It  also  makes  possible  the  auto- 
matic recording  of  the  temperature  in  any  special  kilns.  It  necessitates, 
however,  a  large  amount  of  wiring  and  may  seem  a  little  complicated 
to  a  new  hand  who  has  not  seen  the  stages  of  development. 

In  considering  the  disposition  of  the  lead  wires,  it  is  necessary  to 
refer  for  a  moment  to  the  simplest  principles  of  the  thermocouple.  If  a 
circuit  consists  of  two  metals  as  in  a,  Fig.  2,  and  there  is  a  difference  of  tem- 
perature between  the  junctions  of  the  metals  Ji  and  /<>,  a  definite  elec- 
tromotive force  is  set  up  in  the  circuit.  If  a  cut  is  made  at  a  point  in  the 
circuit,  as  in  b,  and  a  potentiometer  is  inserted  to  read  the  potential, 
the  difference  in  temperature  between  the  hot  and  cold  ends  may  at  once 
be  measured.  In  practise,  one  junction  is  kept  at  a  constant  tempera- 
ture. The  only  necessary  precaution  is  to  see  that  the  ends  A  and  A'  re- 
main at  the  same  temperature,  as  otherwise  additional  thermoelectric 
forces  may  be  generated  by  the  differences. 

When  a  number  of  couples  are  being  used,  it  is  convenient  to  use  a 
single  constant-temperature  junction  for  several  of  the  variable  junctions. 
This  necessitates  a  switch  or  plug  system  for  brii^ing  it  in  the  necessary 
circuit.    The  last  two  diagrams,  c  and  d,  show  two  of  the  schemes  used 
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at  the  Charleroi  plant.  In  one  case  c,  the  lead  from  the  constant-tem- 
perature junction  Jf,  and  the  similar  leads  from  the  variables  Ji,  Ja,  Jt 
were  led  to  terminals  A',  Al,  At,  A»  enclosed  in  a  box,  so  that  all  were 
approximately  at  the  same  temperature,  and  copper  wires  were  used  from 
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FlO.  2. — BVOLDTION  OF  LKAD-WIRB  DlaTRIBVTlON. 

there  to  the  potentiometer.  In  the  other  case  d,  the  lead  from  the  con- 
stant junction  Jo  was  brought  close  to  the  terminals  of  those  from  the 
variables  Ji,  Jt,  Jt  so  that  the  comiections  to  the  copper  are  close  to- 
gether for  each  pair  AiA',  AiA't,  AiA't. 

The  first  set-up  was  generally  adopted  as  most  suitable  for  the  'work 
in  hand.  There  were  banks  of  kilns  in  several  rooms  and  in  each  <A  these 
we  put  a  box  in  which  the  eonnectious  A',  Ai,  Aj,  etc.,  were  enclosed, 
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and  from  this  box  ordinary  copper  wires  were  led  to  the  temperature 
station  where  the  potentiometer  was  kept.  The  lead  from  Ai  was  con- 
nected to  the  similar  leads  from  the  other  rooms,  thence  to  one  terminal 
on  the  potentiometer.  The  leads  from  At,At,etc.,  were  led  to  a  switch- 
board so  that  any  one  of  the  junctions  might  be  connected  to  the  other 
terminal  of  the  potentiometer. 

The  ideal  way  to  handle  the  constant-temperature  junction  is  to  keep 
it  immersed  in  ice,  say  in  a  thermos  (vacuum)  flask.     If  this  is  imprac- 


V 


iicable,  it  may  simply  be  enclosed  in  any  fairly  constant  temperature 
container  and  a  correction  made  for  the  difference  between  this  and  melt- 
ing ice  temperature.  This  correction'  should  be  made  to  the  electrical 
reading  before  conversion  to  degrees.  In  practise,  it  is  often  useful  to 
run  the  wires  into  a  pipe  driven  10  or  12  ft  into  the  ground.  This 
provides  sufficient  constancy. 

A  distinct  simplification,  as  regards  the  disposition  of  the  leads,  is 
possible  if  one  of  the  couple  wires  is  copper,  as  by  making  the  points  A,  A', 


'  See  L.  H.  Adams  for  a  complete  dificussion  of  tbia  poiat. 
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Fig.  2,  on  the  copper  side  the  necessity  of  their  being  at  the  same  tempera- 
ture vanishes,  because  the  leads  to  the  potentiometer  will  naturally  be 
of  copper  also,  leaving  no  chance  for  extraneous  thermoelectrics.  E)ven 
in  using  chromel-alumel  couples,  it  is  possible  to  take  advantf^  of  this 
owing  to  the  fact  that  at  low  temperatures  the  junctiona  chiomel-alumel 
and  copper-constantan  are  almost  equivalent  as  r^ards  electromotive 
force.  It  is  necessary  in  this  case  to  have  the  junction  of  the  copper- 
constantan  to  the  chromel-alumel  at  a  temperature  not  exceedii^  100°  C. 

Fig.  3  shows  the  evolution  of  a  scheme  for  using  such  leads.  At  a 
is  shown  simply  a  couple  with  leads  of  different  metals  from  the  metals 
of  the  couple.  In  this  set-up  there  are  two  pairs  of  points  AA'  and  BB' 
where  the  temperature  has  to  be  the  same  at  both  junctions  of  the  pair. 
At  BB',  this  is  generally  nearly  the  case,  as  normally  the  two  points  will 
be  close  together  because  the  junctions  will  be  between  double-twisted 
wires  and  will  be  very  close  together.  The  thermoelectromotive  force 
from  this  combination  will  be  the  sum  of  two:  that  generated  by  the 
couple  for  the  difference  in  temperature  between  the  hot  junction  Jt 
and  BB'  and  that  generated  by  the  combination  used  as  lefLds  between 
BB'  and  the  constant  junction  Jo.  The  lead  wires  must,  therefore,  be 
chosen  to  give  the  same  electromotive  force  as  the  couple  combination 
for  the  range  of  temperature  through  which  BB'  is  likely  to  vary.  As 
already  stated,  the  combination  copper-constantan  gives  the  same  electro- 
motive force  at  low  temperatures  as  chromel-alumel.'  The  other  two 
diagrams  b  and  c  show  the  disposition  of  the  leads  aa  we  used  them,  the 
arrowheads  indicating  that  the  copper  wires  are  carried  to  the  tempera- 
ture station.  This  use  of  compensating  leads,  one  of  which  is  copper, 
greatly  simplifies  the  wiring. 

If  it  is  desired  to  use  a  recording  instrument,  say  of  the  Leeds  &  North- 
rup  type,  it  is  necessary  to  have  some  convenient  type  of  switch  so  that 
one  can  read  on  the  potentiometer  any  of  the  couples,  which  are  also 
attached  to  the  recorder.  This  switch  should  be  of  a  double  push-button 
type  so  that  a  single  push  breaks  one  connection  and  makes  another.  It 
should  also  spring  back  to  the  old  position  when  released.  Such  a  switch 
is  used  in  telephone  work.  We  also  used  the  type  provided  by  the  Leeds 
&  Northnip  Co.  and  found  it  very  satisfactory.  We  found  an  automatic 
recorder  exceedingly  useful  as  a  check  to  take  a  record  of  a  certain  number 
of  the  kilns — especially  those  on  which  particularly  close  control  was  nec- 
essary. In  any  case  it  is  a  good  check  on  the  work  of  the  men  who  con- 
trol the  temperatures. 

General  Remarks  on  Annbaunq 

The  question  of  the  annealing  of  optical  glass  has  been  fully  discussed 
by  Adams  and  Williamson.'    They  have  concluded  that  optimum  results 
'  L.  H.  Adama,  op.  cU.  •  See  footnote  1. 
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are  obtained  by  holding  the  glass  at  a  temperature  where  the  strain  takes 
about  6  far.  to  disappear  and  then  cooling  it  at  a  rate  that  may  be  rapidly 
increased  as  the  temperature  decreases.  It  is  necessary  that  all  the  glass 
.  be  at  the  required  temperature,  and  it  is  therefore  almost  essential  to 
have  more  than  one  thermocouple  in  each  kiln  and  to  have  the  heating 
apparatus  arrai^^  so  that  different  adjustments  can  be  made  at  differ- 
ent parts.  A  difference  of  a  few  degrees  between  different  parts  of  the 
kiln  would  mean  that  one  part  of  the  lot  of  glass  would  not  be  annealed 
if  the  control  was  just  right  for  some  other  part.  If  any  trouble  is  found 
in  actual  practice,  one  of  the  first  things  to  do  is  to  test  the  variations  of 
temperature  by  placing  couples  in  different  positions  in  the  kiln.  The 
source  of  the  trouble  is  frequently  to  be  found  there. 

The  highest  temperature  necessary  is  less  than  600°  C,  so  there  is  little 
trouble  in  this  work  due  to  corrosion  of  the  couple.  In  the  furnaces  where 
the  glass  was  softened  before  shaping  for  lenses,  etc.,  it  was  necessary  to 
measure  higher  temperatures,  but  by  usii^  heavy  wires  we  found  it  pos- 
sible to  read  to  1000°  C.  without  any  very  bad  effects.  With  the  set-up 
described,  there  is  no  difficulty  in  reading  accurately  to  within  2"  C.  The 
initial  rate  of  cooling  has  to  be  somewhat  carefully  watched,  but  the  diffi- 
culties involved  were  not  due  to  the  temperature  measurements  and  do 
not  concern  us  here. 

The  only  one  point  left  worthy  of  notice  is  the  care  of  the  instruments. 
The  recording  instrument  needs  occasional  oiling,  which  should  be  done 
by  some  one  who  knows  a  little  about  handling  delicate  implements.  New 
batteries  must  be  provided  periodically  for  all  types,  except  the  direct 
reader.  The  expense  connected  with  this  is  not  serious,  as  the  amount  of 
current  used  is  very  small  and  one  dry  cell  lasts  for  several  weeks  at  the 
very  least.  When  it  becomes  impossible  to  make  a  standard-cell  setting, 
this  fact  gives  immediate  notice  that  a  new  battery  is  required. 

The  lead  connections,  if  made  as  described,  will  probably  cause  no 
trouble  whatever  unless  (as  did  happen  in  one  or  two  instances)  the  work- 
man who  has  been  bricking  up  a  kiln  gets  the  end  of  a  wire  completely 
covered  with  mortar  or  sometbii^  similar ;  this,  however,  is  unlikely. 

Synofbis  of  Opeeationb 

The  thermocouples  used  were  generally  about  4  or  5  ft.  (1.2  or  1.6  m.) 
long  and  were  made  of  No.  8  wire  (0.128  in.  or  3.3  mm.)  where  hard 
service  was  required;  otherwise  of  No.  14  (0.064  in.  or  1.63  mm.).  The 
junction  was  made  in  an  oxyacetylene  flame  using  borax  as  a  flux.  Short 
lead  wiree  of  the  same  material  as  the  couple  wires  were  soldered  on  with 
ordinary  solder.  Before  tinning,  it  is  necessary  to  clean  the  ends  well; 
tinning  is  then  most  easily  accomplished  by  dipping  the  ends  after  heatii^ 
into  a  small  crucible  of  molten  solder.    During  the  soldering  it  is  useful 
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to  keep  the  heavy  couple  wires  heated  with  a  small  flame.  Zinc  chloride 
makes  a  useful  flux.  The  other  end  of  these  leads  was  attached  to  the 
permanent  leads  by  small  double  connectors  (Fahnestock  ooDnectors). 
The  couple  wires  were  insulated  from  each  other  by  means  of  the  double- 
holed  porcelain  insulators  furnished  by  the  Hoskins  Company. 

Lengths  of  J-^-in.  (12.7  mm.)  iron  pipe  closed  at  one  end  were  used  to 
protect  the  couples  and  to  allow  of  ready  readings  at  different  spots  in 
the  kilns.  These  pipes  were  fixed  in  during  the  brickiug-up  process  in 
the  muffle-type  furnaces,  and  were  fixed  permanently  in  the  other  fur- 
naces. This,  along  with  the  double  connectors  on  the  couples,  enabled 
us  to  insert  or  remove  couples  as  desired.  The  temperature  should 
always  be  taken  at  more  than  one  point  in  the  kiln. 

Any  kiln  that  required  especially  close  watching  had  the  temperature 
of  at  least  one  point  automatically  recorded  at  intervals  of  15  min., 
while  the  man  controlling  the  heating  and  cooling  recorded  all  tempera- 
tures at  least  once  an  hour  and  frequently  oftener,  usii^  a  potentiometer. 
We  found  no  difficulty  in  training  men  to  take  the  readit^  properly  and 
mistakes  in  temperature  measurements  were  100  per  cent,  eliminated. 

It  is  also  recommended  that  a  consistent  scheme  of  testing  couples  be 
used.  The  couples  should  be  disconnected  in  rotation  and  sent  to  the 
laboratory  to  be  compared  with  a  standard  element.  In  a  well-equipped 
factory  it  should  be  a  simple  matter  to  test  each  couple  every  2  or  3  weeks 
by  having  a  number  of  extra  couples  ready  to  insert. 
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Annealing  of  Glass* 

BT  A.  q.  TOOL,!  PH.  D.,   AKD  J.  TAIuLBEK,!  B.  S.,   WASHINOTON,  D.  G. 
(Chloaco  MmUdb,  BepUmbw,  ieiB> 

The  necessity  of  accurate  temperature  measurements  in  the  glass- 
making  industries  ie  today  being  much  more  widely  appreciated  than  in 
the  past.  The  introduction  of  the  modern  simplified  and  perfected  pyro- 
metric  methods  in  connection  with  exact  regulation  of  furnace  tempera- 
tures has  caused  a  marked  improvement  in  the  glass  product  with  a 
quickened  rate  of  production.  An  example  of  the  processes  in  which 
much  improvement  has  been  and  still  can  be  made  is  that  of  annealing 
or  heat-treating  the  glass.  This  is  one  of  the  most  delicate  processes  in  . 
glass  manufacture  and  one  that  requires  a  most  careful  furnace  control. 

The  heat  treatment  is  undertaken  to  decrease  the  possibility  of  break- 
age and,  in  glass  for  fine  optical  instruments,  to  prevent  serious  warping 
of  accurately  ground  and  polished  surfaces  and  to  make  the  glass  more 
uniform  throughout  to  the  passage  of  light  waves.  These  objects  are 
accomplished  by  removing  all  the  harmful  stresses  that  exist  in  ^  piece 
of  glass  when  it  has  been  cooled  too  quickly  or  unevenly.  Such  stresses 
exist,  for  example,  after  it  has  been  pressed,  cast,  or  otherwise  worked. 
Thus  the  process  of  annealing  consists  of  heating  the  glass  evenly  to  the 
temperature  at  which  it  softens  just  enough  to  relieve  these  stresses  in  a 
reasonable  time  and  then  cooling  slowly  and  uniformly  until  the  glass 
hardens  again.  Accordingly,  the  things  that  must  be  investigated  and 
determined  in  order  to  anneal  glass  without  loss  of  time  are :  the  annealing 
temperature,  the  time  that  the  glass  should  be  held  at  this  temperature 
while  the  stresses  relax,  and  the  quickest  cooling  procedure  that  will 
give  satisfactory  results.  After  these  characteristics  of  the  glass  are 
known  the  problem  is  one  of  pyrometry  and  temperature  control  entirely. 

In  cases  when  it  is  known  that  a  glass  article  will  be  required  to  with- 
stand some  definite  type  of  heat  or  mechanical  shock  it  is  often  possible, 
by  a  proper  heat  treatment,  to  produce  such  a  distribution  of  the  stresses 
in  the  glass  that  it  will  be  enabled  to  resist  these  shocks  more  effectively. 
This  process  is  usually  termed  "toughening"  or  "hardening"  the  glass, 
although  in  all  probability  it  consists  entirely  in  distributing  the  stresses 
properly.'     Although  this  article  will  deal  chiefly  with  the  applications 

*  ThiB  is  &  general  synopsis  of  a  paper  to  appear  lat«r  in  the  BuIIeUn  of  the  U.  S. 
Bureau  of  Standards. 

t  Associate  Physicist,  U.  S.  Bureau  of  Standards. 
t  Assistant  Physicist,  U.  8.  Bureau  of  Standards. 
'Lord  Rayleigh:  Phil.  Mag.  [6]  (1901)  1,  178. 
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of  pyrometry  to  the  determJDation  of  the  cbaracteriBtice  of  glaae  io  tiie 
annealing  range  and  to  furnace  control,  as  related  to  the  removal  of 
streBseB,  much  that  may  be  said  applies  also  to  this  "toughening"  process. 
While  it  ia  often  possible  to  obtain  fair  results  and,  accidentally,  eren 
good  results  by  heating  to  an  indeterminate  temperature  and  then  cool- 
ing in  some  haphazard  way,  it  is  impossible  to  obtain  even  a  semblance 
of  efficiency  or  conostency  in  result  by  such  procedure.  In  fact,  to  carry 
out  the  process  with  the  least  loss  of  time  and  an  aasunuice  aa  to  the  result, 
the  nature  of  the  specific  glass  to  be  annealed  mtist  be  well  known;  then 
after  the  proper  schedule  has  been  drawn,  the  problem  becomes  one  that 
demands  a  most  exact  control  of  the  temperature. 

Annealinq  Tbupbratubb  Range 

The  first  step  in  determining  the  annealing  procedure  for  any  given 
glass  is  to  locate  the  most  satisfactory  temperature  at  which  to  remove 
the  stresses.  The  best  temperature  rai^e  for  this  purpose  is  quite  nar- 
row, as  a  study  of  the  results  published  by  Twyman,*  Zschimmer  and 
Schulz*  and  otheis  will  make  clear.  The  total  range  does  not  in  any  case 
extend  over  more  than  100°  C.,  while  the  really  satisfactory  range  is 
probably  less  than  one-half  as  great.  The  upper  limit  of  this  range  is 
determined  by  the  danger  of  serious  deformation,  especially  in  the  case  of 
thin  articles,  and  also  by  the  fact  that  a  proper  coolii^  is  difficult  when 
the  glass  is  soft.  The  lower  limit  is  fixed  by  the  lack  of  mobiGiy  of  the 
glass  preventing  the  relaxation  of  the  stressea  in  a  reasonable  time. 
Within  certain  limits,  it  may  be  said  that  the  lower  annealing  t^npera- 
turee  will  prove  more  satisfactory  if  the  time  required  for  the  stresses 
to  relax  is  not  too  great.  This  arises  from  the  fact  that  the  coolii^  then 
requires  a  less  exact  control  and  may  be  much  more  rapid.  However, 
when  the  lower  temperatures  are  employed,  especial  care  must  be  taken 
that  the  glass  assumes,  and  is  maintained  at,  the  proper  temperature  for 
the  required  time. 

It  is  somewhat  difficult  to  q>eoify  definitely  the  lower  limit  but  the 
upper  limit  is  more  easily  determined,  since  there  are  a  number  of  phenom- 
ena appearing  at  those  tonperatures  where  the  deformability  becomes 
too  great  for  annealii^.  It  is  here  that  the  deformability.  appears  to 
increase  with  extreme  rapidity,  speaking  comparatively,  as  the  tempera- 
ture is  raised.  This  r^on  may  be  located,  then,  by  observing  either  the 
deformation  of  strips  or  rods  of  the  glass  under  load  or  the  rapid  decrease 
in  the  restored  light,  shown  by  a  polariscopic  study  of  cylinders  that  are 
being  heated.  This  rapid  softening  is  also  accompanied  by  an  increased 
absorption  of  heat*  by  the  glass  and  a  marked  increase  in  the  thermal 

■  TrmM.  Soc.  Olaas  Teob.  (1917)  1.  •  Ann.  Phy.  (1913)  U,  346. 

•  M.  So:  Proc.  Tokyo  M&Ui.  and  Phjrs.  Soo.  (Sept,  1918). 
A.  Q.  Tool  and  J.  Volasek:  Phy».  Ret.  (Feb.,  1919)  IS,  147. 
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expansion'  and  probably  other  effects.  These  changes  may  also  be 
used  to  locate  the  upper  limit.  The  requirements  in  the  use  of  any  of 
these  phenomena  for  such  determinations  are  standardized  methods  and 
careful  temperature  measurements. 

Methods  based  on  the  deformation  of  glass  used  in  a  number  of  plants 
to  determine  the  annealing  temperature  consist  usually  in  slowly  heating 
a  standard-sized  rod,  loaded  in  a  definite  way,  until  it  stretches,  bends, 
or  twists  (as  the  case  may  be)  at  a  certain  rate.  The  rate  of  heating  and 
other  conditions  under  which  the  test  is  performed  and  the  annealing 
temperature  determined  vary  according  to  the  experience  or  custom  of 
the  plant.  The  optical  method,  or  the  determination  of  the  annealing 
rai^e  by  observing  the  temperatures  at  which  the  double  refraction  dis- 
appears, is  also  quite  generally  used.  This  double  refraction  results 
from  sb'esses  due  to,  or  at  least  modified  by,  the  heating.  In  using  this 
teat,  the  amount  of  strain  should  be  small,  or  at  any  rate  constant. 
When  the  conditions  are  all  standardised,  the  results  become  compara- 
tively consistent.  It  is  also  possible  to  arrange  the  annealing  kiln  so  that 
such  observations  can  be  made  on  some  of  the  blocks  while  the  annealing 
is  being  carried  out.  Some  of  these  methods  were  tested  in  this  labora- 
tory and  gave  very  conaiBtent  qualitative  results  when  the  proper  pre- 
cautions were  taken,  especially  in  regard  to  the  temperature  measure- 
ments. They  are  much  more  valuable,  however,  when  modified,  as 
described  later,  so  that  the  law  of  decrease  of  the  stresses  may  be  quanti- 
tatively detenoined. 

Results  that  are  more  satisfactory  in  many  ways  can  be  obtained,  for 
the  upper  limit  of  the  annealing  range,  by  finding  the  points  at  which  the 
heat  absorption  or  the  abnormal  expansion  begins  on  heating.  A  good 
differential  thermocouple  method  will  locate  a  relative  heat  absorption 
in  the  glass  on  heating  and  a  corresponding  evolution  on  cooling.  Al- 
though the  quantity  of  heat  involved  ia  not  very  great,  the  effect  is  quite 
definite,  CE^iecially  on  heating.  Experiments  have  shown  that  the  begin- 
ning of  this  effect  should  be  regarded  as  the  upper  limit  of  the  annealing 
range.  Observations  of  this  sort  have  tiie  advantage  of  giving  a  definite, 
easily  located  temperature.  The  absorption,  at  least,  can  be  located 
with  a  simple  couple  if  the  Osmond  inverse  time  method  with  a  chrono- 
graph or  stop  watch  is  used. 

The  form  of  the  curve  obtained  on  heating  is  very  much  the  same  for 
most  glasses  and  shows  a  transformation  covering  a  range  of  30°  to  60° 
between  the  b^inning  and  maximxmi.  One  type  of  borosilicate  glass, 
however,  shows  a  decidedly  peculiar  form  of  curve  with  a  very  long  trans- 
formation range.  The  temperatures  at  which  these  transformations 
begin  make  it  appear  that  the  effects  are  closely  connected  with  the 
softening  of  the  glass.     Glasses  of  varying  composition  were   tested. 

•  C.  G.  F«ten:  Pkys.  Rtv.  (f^b.,  1919)  13,  147. 
W.  P.  White:  Am.  Jnl.  Sei.  (1919)  47, 1.  GoOqIc 
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They  ranged  from  simple  boric-^cid  gloss,  which  ehows  the  effect  at 
240°  C,  to  heavy  barium  crown,  which  does  not  show  the  absorption  of 
heat  b^^ning  until  575°  C. 

Table  1. — Tra?iaformation  Temperatures  of  Various  Glasses 


.  AbaotptloD  on  H«Miiic 


Boric  aoid 

Dense  flint 

Medium  flint 

Ijght  flint 

Barium  flint 

light  crown 

Boroailicate  crown. . 
Boro«ilic&t«  crown. . 
I^jit  b&rium  crown. 
Heavy  barium  crowi 
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.  Within  the  errors  of  observation,  this  effect  begins  at  the  same  tem- 
perature as  the  increased  thennal  expansion  observed  by  C.  G.  Peters. 
The  exact  nature  of  the  transformation  causing  this  behavior  is  not  to  be 
determined  from  the  limited  data  now  available.  Further  data  on  these 
characteristics  should  throw  considerable  light  on  the  nature  of  glass 
and  the  relation  of  the  critical  range  to  the  composition.  An  imjnediate 
apphcation  of  these  effects  lies  in  their  value  for  determining  the  upper 
limit  of  the  annealing  range. 

Relaxation  Time 
While  the  methods  described  appear  to  give  the  upper  limit  satisfac- 
torily, they  do  not  necessarily  determme  the  most  desirable  annealing 
temperature,  since  that  depends  to  a  great  extent  on  the  time  required  for 
the  stresses  to  relax.  This  time  can  be  most  easily  estimated  when 
Maxwell's*  relation  time  T  is  obtained.  This  constant  T  may  be  defined 
as  the  time  required,  while  the  strain  remains  constant,  for  the  stresses  in 
a  viscous  medium  to  decrease  to  -  times  their  original  value,  where  e  is 
the  base  of  natural  logarithms.  The  time  T  is  most  easily  determined 
by  the  stretching  or  bending  methods  previously  mentioned.  In  such 
testa  the  temperature  of  the  glass  sample  should  be  kept  constant  and  uni- 
form to  a  fraction  of  a  degree  during  the  observations.     The  rate  of 
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deformation  ds/dt  is  measured  and  the  stress  F  calculated  from  the  load, 
and  the  dimensions  of  the  strip  or  rod  with  a  consideration  of  the  mode 
of  support.  From  these  data,  the  relaxation  time  may  be  obtained  by 
means  of  the  equation 

ST.F/% 

when  E  the  elastic  coefficient  involved  is  known. 

At  a  steady  temperature,  T  remains  constant  for  a  considerable  range 
in  load.    When  the  temperature  6  is  changed,  it  will  be  found  that  T 
changes  very  nearly  according  to  Twyman's  empirical  relation^ 
tt-t 
Ti=  T(fi    * 
Where  Ti  and  To  are  the  relaxation  times  at  the  temperature  $  and  0^, 
and  £  is  a  constant,  depending  on  the  nature  of  the  glass.    From  tests 
on  various  glasses  it  would  appear  that  k  may  be  as  large  as  13  or  as 
small  as  10.    On  the  average,  however,  T  may  be  said  to  double  for  each 
8'  drop  in  temperature. 

The  relaxation  time  may  likewise  be  determined  from  observations 
on  the  changes  in  the  restored  light  in  a  polariscope.  This  method  can 
be  applied  in  the  proper  annealing  range  where  the  rate  of  deformation 
becomes  too  slow  to  be  measured  conveniently  by  a  mechanical  means. 
A  comparison  of  these  results  and  those  obtained  by  an  extrapolation 
of  the  bending  or  stretching  method  is  interesting.  The  relaxation  time, 
as  determined  by  the  optical  method,  changes  very  greatly  with  the  mag- 
nitude of  the  stress,  but  for  some  amount  of  double  refraction  usually 
has  the  same  value  as  that  determined  by  the  mechanical  method.  Thus 
larger  stresses  relax  more  quickly  and  small  stresses  more  slowly  than 
would  be  expected  from  the  extrapolation.  These  observations  lead  to 
some  interesting  conclusions  as  to  the  manner  in  which  the  elastic  and 
viscous  properties'  of  glasses  change  when  they  harden.  In  the  case 
of  fine  annealing  proper  allowance  must  be  made  for  these  changes. 

It  was  found  through  experimental  annealing  that  the  best  annealing 
temperature  for  most  glasses  lies  within  20°  C.  of  the  beginning  of  the  crit- 
ical range.  For  certain  special  cases,  however,  lower  or  even  higher  tem- 
peratures may  be  desirable.  The  relaxation  time  T  and  also  k  should  be 
determined  in  this  range,  if  possible.  The  value  of  T  for  any  other  tem- 
perature may  be  calculated  from  Twyman's  formula.  If  the  initial 
stresses  Fo  are  to  be  reduced  to  any  fraction  of  their  original  value,  so 
that  after  a  time  t  they  become  equal  to  F,  then 

t  =  Tlos,F^/F 
This  relation  is  derived  from  Maxwell's  formula  on  assuming  a  constant 


^  F.  Twymm:  Op.  eit.  •  Butcher;  Mesi.  o/tfotA.  (1879)8,  168. 
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strain.  A  degree  of  annealing  such  that  FfFn  =  0.01  is  usually  sufficient 
for  glassware,  and  in  this  case  t.  =  4.6T,  which  may  be  considered  as  a 
satiafactory  annealing  time  for  most  purposes.  The  temperature  that 
appears  to  give  the  best  results  is  the  one  corresponding  to  a  value  of 
about*2  hr.  for  fa.  During  this  time  it  is  important  that  this  temperature 
ia  taken  up  l^  the  glass,  and  that  it  is  constant  and  uniform.  It  is  at  this 
poiut  that  modem  pyrometry  and  methods  of  temperature  control  be- 
come of  great  aaaistance  in  obtaining  and  maintaining  the  required  con- 
ditions during  the  annealing  time. 

It  might  appear  that  the  choice  of  a  still  lower  temperature  would 
reduce  the  need  for  extreme  care  in  control  and  also  make  cooling  easier. 
Although  this  is  partly  true,  the  advant^e  gained  by  the  employment 
of  a  temperature  low  enough  to  produce  a  marked  gain  would  be  offset 
by  the  increased  annealing  time  and  the  necessity  of  maintaining  a  con- 
stant temperature  over  a  longer  period.  That  is,  the  additional  time 
necessary  for  annealing  could  not  be  compensated  by  the  time  saved  by 
the  more  rapid  cooling. 

Cooling  pKOCBDtrBB 

After  the  glass  has  been  annealed  sufficiently,  the  cooling  may  begin 
at  a  rate  that  depends  on  the  size,  the  physical  and  chemical  nature,  the 
relaxation  time,  thermal  expanuon,  and  other  constants  of  the  glass. 
The  mode  of  packing  and  the  number  of  pieces  must  also  be  considered 
if  a  large  quantity  are  packed  tt^etber.  Unless  these  conditions  are 
known,  it  is  difficult  to  outline  any  definite  cooling  procedure.  More- 
over, any  general  or  theoretical  discussion  is  not  convincing  when  the 
number  of  variables  entering  the  problem  is  so  large. 

In  general,  the  cooling  should  proceed  in  such  a  manner  that  the  rate 
is  approximately  the  same  throughout  the  glass.  That  is,  the  rate  of 
cooling  should  not  be  changing  so  rapidly  that  the  inner  portions  lag  far 
behind  when  making  the  same  changes  in  rate  that  are  occurring  at  the 
surface.  For  small  or  thin  pieces,  like  lens  blanks  or  thin  bottles,  this 
does  not  preclude  a  rate  that  increases  rapidly  to  a  maximum,  which,  when 
the  expansion  coefficient  is  small  and  the  conductivity  and  relaxation 
time  are  lai^,  may  approximate  free  cooling  in  air,  Starting  at  about 
260°  C.  , 

When  the  article  has  an  appreciable  thickness,  the  cooling  must  pro- 
ceed much  more  slowly  at  all  stages.  If  the  temperature  differences 
involved  are  not  too  great,  the  rate  at  any  stage  should  be,  roughly  speak- 
ing, inversely  proportional  to  the  square  of  the  thickness  unless  the  other 
dimensions  vary  too  greatiy.  Tests  on  increasing  the  rate  as  the  tem- 
perature falls  show  that  the  procedure  suggested  by  Twyman  gives  good 
results.  In  this  case  the  rate  is  doubled,  for  a  time,  after  each  10°  C.  drop 
in  the  temperature.    This  doubhng  must  cease  and  the  cooling  rate 
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become  linear  considerably  ehort  of  a  rate  that  would  produce  stresses 
approaching  the  breaking  limit.  The  condition  requiring  a  uniform 
temperature  over  the  surface  must,  in  every  case,  be  satisfied. 

It  is  physically  imposable  to  cool  large  pieces,  such  as  telescope  lens 
blanks,  very  rapidly  as  a  whole,  even  if  the  stresses  were  not  to  become 
dangerous.  Because  of  the  slow  cooling,  the  stresses  produced  by  the 
gradient  act  for  a  long  time  and  produce  their  full  effect  unless  the  relaxa- 
tion time  is  very  lai^.  Accordingly  it  is  desirable  to  anneal  large  pieces, 
if  possible,  at  lower  temperatures  than  are  employed  for  small  ones. 
Otherwise  the  cooling  would  have  to  be  extremely  slow  over  a  wide  range. 
For  fine  annealing,  it  is  extremely  important  to  maintain  surface-tem- 
perature uniformity. 

In  all  these  cases  some  permanent  strain  will  evidently  result  from 
the  cooling  and  it  is  necessary  to  adjust  the  rates  so  that  this  strain  is  too 
small  to  be  harmful.  Ultimately,  the  product  should  always  be  tested 
and,  if  its  condition  is  not  satisfactory,  readjustments  in  the  procedure 
must  be  made.  The  nature  of  these  readjustments  will  always  be  evident 
when  sufficient  data  of  the  sort  described  concerning  the  properties  of 
the  glass  are  at  hand.  A  temperature  record  of  the  heat  treatment  taken 
by  a  recording  pyrometer  will  be  found  of  great  assistance  to  determine 
whether  and  how  the  furnace  control  must  be  modified. 

Practically  the  only  method  for  testing  the  finished  product  for 
strain  is  to  examine  for  double  refraction  id  polarized  light.  This 
method  is  really  not  very  satisfactory  since,  as  Pockels*  has  shown,  the 
double  refraction  exhibited  by  the  various  glasses  under  the  same  stress 
varies  gt-eatly  with  their  composition.  He  was  able,  in  fact,  to  calculate 
the  composition  of  glass  that  would  show  no  such  effect  and  later  to 
verify  the  result  by  experiment.  However,  there  are  not  sufficient  data 
available  on  this  point  to  be  of  aid  in  testing.  Moreover,  there  are 
no  reliable  specifications  as  to  the  magnitude  of  stresses  allowable, 
although  a  number  of  purely  arbitrary  standards  are  in  use.  When  the 
annealing  process  is  carried  out  in  a  scientific  and  efficient  manner,  it  is, 
as  a  rule,  not  difficult  to  eliminate  the  stresses  to  such  a  degree  that  the 
amount  of  double  refraction  is  very  small  if  not  negligible.  Consequently 
there  should  be  no  difficulty  in  meeting  any  reasonable  standard. 

Sdmhabt 

In  summarizing  the  requirements  to  be  observed  in  annealing,  the 
following  pointe  are  to  be  noted: 

It  is  well  to  study  carefully  the  glasses  to  be  annealed  and  obtain  all 

the  information  bearing  on  the  choice  of  the  annealing  temperature  and 

time  and  mode  of  cooUng.    If  the  temperature  of  the  glass  is  above  the 

annealing  temperature  (and  in  case  the  stresses  are  large,  it  may  be 

*  P.  Ptekela:  Ann.  Phya.  (1902)  T,  74fi. 
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advisable  to  heat  it  somewhat  above)  the  glass  may  be  cooled  with  com- 
parative rapidity  to  this  steady  temperature  and  then  annealed  for  the 
required  time.  After  the  stresses  have  practically  vanished,  the  cooling 
must  proceed  at  a  rate  such  that  the  amount  of  strain  introduced  is 
negligible.  This  rate  may  be  increased  for  a  time.  This  time  and  the 
manner  of  increasing  the  rate  must  be  determined  from  the  nature  of  the 
glass  and  the  character  of  the  ware. 

In  order  to  profit  by  an  investigation  into  the  nature  of  the  glass  and 
by  former  experience  in  anneaUng,  it  is  necessary  to  have  a  complete 
pyrometric  record  and  control  of  the  entire  process.  The  subject  of 
temperature  control  and  recording  pyrometers  in  this  connection  is 
discussed  by  Fairchild  and  Foote  in  this  symposium.  An  automatic 
furnace  control  that  gave  good  service  in  this  laboratory  consisted  of  a 
General  Electric  control  panel  used  in  connection  with  aLccds  &  Northrup 
recorder,  with  some  modifications  devised  by  C.  0.  Fairchild, 

It  must  be  emphasized  that  the  temperatures  of  interest  in  annealing 
are  those  that  are  taken  up  by  the  glass,  and  that  for  good  work  the  heat- 
ing must  be  uniform.  An  ideal  system  is  naturally  unattainable  but  a 
study  of  modern  methods  of  pyrometry  and  temperature  control  will 
make  it  clear  that  much  improvement  in  the  usual  plant  conditions  is 
possible. 

DISCUSSION 

E.  D.  WiLUAMSON,*  Washington,  D.  C.  (written  discussionf) - — The 
paper  is  interesting  and  suggestive  and  the  work  described  should  be 
carried  to  completion,  as  it  presents  points  of  interest  quite  apdrt  from 
the  immediate  application  in  glass  manufacture.  It  ought  to  help,  for 
instance,  in  throwing  light  on  the  chemical  nature  of  glasses  and  on  all 
questions  of  viscous  flow. 

In  practice,  we  have  found  that  it  is  much  safer  to  use  temperatures 
some40''or  50°  below  those  given  in  the  authors'  table,  especially  where  large 
muffles,  which  have  considerable  lag,  are  used.  It  is  exceedingly  difficult  in 
many  cases  to  regulate  the  initial  rate  of  cooling  closely  and  this  trouble 
can  be  completely  avoided  by  working  at  a  point  where  the  strain  takes 
several  hours  to  vanish. 

Results  based  on  Maxwell's  equation  are  of  doubtful  significance  as 
this  equation  is  made  up  on  a  definite  assumption  as  regards  the  relation 
of  stress  to  strain,  which  does  not  hold  in  the  case  under  consideration. 

A  point  that  is  insufficiently  emphasized  is  that  the  exceedingly  small 
conductivity  of  glass  causes  a  large  temperature  difference  between  the 
outside  and  the  center  while  heating  or  cooling.  This  means  that  for 
larger  pieces  the  initial  rate  of  cooling  must  not  only  be  less  but  the  point 
at  which  tlip  cooling  is  speeded  up  must  be  lower. 

*  Physical  Chemist,  Geophysical  Laboratory,  C'amcgie  Institute  of  Washington. 
t  Received  Sept.  18,  1919. 
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Pyrometry  ^plied  to  Bottle-glass  Manufacture 

BT    R.    L.    FRINK,    LAHCABTER,    OHIO 
(ChioMo  MMtbt.  Swtamber,  19Ifl) 

I  FEAR  that  my  treatment  of  this  subject  may  not,  in  all  instances, 
meet  the  approval  of  those  who  read  my  opinion  as  to  the  utility  and 
efficiency  of  pyrometers  in  the  makii^  of  glass,  or  bottle-glass.  It  may 
be  superfluous  for  me  to  add  that  this  opening  statement  is  based  on  over 
15  years'  experience  in  an  endeavor  to  successfully  apply  pyrometers, 
or  heat-measuring  instruments,  to  glass-melting  furnaces,  particularly  the 
type  known  as  tank-furnaces,  and  that  such  endeavors  have  proved  more 
or  less  futile.  It  is  my  desire,  therefore,  to  herein  set  forth  the  problems 
encountered,  hoping  thereby  to  stimulate  further  effort  in  the  successful 
application  of  pyrometers.  It  is  my  desire,  also,  to  invite  criticism  of  the 
methods  used  and  st^^estions  from  those  who  may  have  a  wider  experi- 
ence, or  who  may  have  better  methods. 


^n^Qin  rrn^ _rgi ,njn ^ '5 


Fia.  1. — Glass  tank  ruRNACE. 

In  general,  I  beUeve  that  the  inefficient  application  of  pyrometry  to 
the  meltii^  of  glass  in  tank  furnaces  is  not  due  as  much  to  the  instruments 
as  to  the  conditions  under  which  they  must  be  used  and  the  character  of 
the  medium  in  which  they  must  reside.  Most  of  those  present  no  doubt, 
are  familiar,  at  least  in  a  general  way,  with  the  methods  and  apparatus  used 
in  the  melting  and  making  of  bottle-glass,  or  glass  that  is  formed  into 
containers  of  various  shapes  and  designs.  Most  of  this  glass  is  made  in 
what  is  known  as  a  tank  furnace.  These  furnaces  vary  widely  in  design 
and  construction.  In  general,  they  consist  of  a  rectangular  tank-like 
form,  built  up  of  fireclay  blocks,  and  range  from  2  by  4  ft.  (0.6  by  1.2  m.) 
to  24  by  140  ft.  (7.3  by  42.6  m.)  with  a  depth  of  glass  from  2  to  5  ft.;  or  a 
capacity  of  from  approximately  2  to  700  tons.    Fig.  1  shows  the  general 
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demgn.  The  material  ischarged  in  at  AA.  It  a  pushed  into  thefurnace 
by  means  (A  an  iron  tool  and  floats  on  the  molten  glass  in  mounds,  or 
what  might  be  relatively  termed  "bergs"  of  batch  materials.  Here  it 
comes  into  contact  with  the  fire  and  temperature,  which  effects  a  chemical 
comb^iation  (A  the  batch  material.  As  it  melts  the  material  flows  for- 
ward and  passes  downward  through  the  throat  in  the  bridge-wall.  This 
throat  is  a  comparatively  small  opening,  usually  not  exceeding  24  in. 
(61  cm.)  in  width  by  18  in.  (45  cm.)  in  height.  The  glass  then  enters 
what  is  known  as  "the  refining  chamber,"  or  "working  end"  of  the 
furnace.  This  chamber,  above  the  bric^e-wall,  is  in  open  communication 
with  the  melting  end. 

As  no  fire  is  introduced  into  the  working  end  of  the  furnace,  obviously 
its  temperature  is  considerably  lower  than  that  of  the  melting  end.  Con- 
sequently the  temperature  of  the  glass  decreases  as  the  glass  flows  toward 
the  ring  holes,  or  working  portions.  If  more  glass  is  taken  from  any 
one  working  podtion,  or  ring  hole,  than  from  the  opposite  side,  there  will 
flow  to  this  point  a  greater  quantity  of  the  hotter  glass  issuing  from  the 
throat.  As  a  result,  the  workman  working  this  glass  will  be  required 
to  regulate  hie  gathering  or  the  machine  he  is  operating  accordingly. 
Should  he  for  any  reason  cease  to  operate  his  machine,  or  gathering,  and 
the  flow  of  glass  to  this  point  is  checked,  a  change  in  the  temperature  of 
the  glass  will  ensue.  This  necessitates  a  change  in  the  working  condilionB 
when  again  starting  up,  also  a  further  change  when  operations  have  been 
resumed  until  the  normal  flow  has  been  produced. 

It  would  seem  that  a  simple  answer  to  this  would  be  to  introduce 
into  the  glass  at  tiiis  point  some  form  of  temperature-measuring  apparatus, 
or  to  sight  upon  the  ghiss  at  this  point  a  i^rometer  working  upon  the 
optical  principle,  or  the  disappearing-filament  principle.  However,  none 
of  these  have  been  found  to  be  satisfactory.  The  thermoelectric  pyrome- 
ter is  absolutely  unsuitable  for  this  purpose,  because  we  have  not  as  yet 
been  able  to  construct  a  sheathing  or  protecting  tube  for  the  element  that 
will  withstand  the  erosive  action  of  the  glass.  The  optical  pyrometer  is 
likewise  imsuitable  because  the  glass  has  not  only  light  and  heat  trans- 
mitting properties,  but  is  highly  reflecting.  As  a  consequence,  the  glass 
temperature  at  the  surface  is  not  measured  but  measurements  are  ob- 
tained of  the  underlying  glass  if  it  should  be  hotter  than  the  surface,  or 
possibly  the  temperature  of  the  crown  or  side  walls,  or  of  the  flame,  which 
is  reflected  from  the  surface. 

At  Uie  melting  end  of  the  furnace,  the  batch  materials,  which  consti- 
tute the  glass,  are  composed  mainly  of  sand,  soda  ash,  or  salt  coke,  burned 
or  raw  lime,  with  possibly  the  addition  of  small  amounts  (A  borax,  arsenic, 
antimony,  nitrate  of  soda.  In  some  rare  instances,  barium  carbonate, 
zinc  oxide,  etc.  are  being  introduced  in  varyii^  proportions  and  in  a 
dry  state.     As  they  are  injected  into  the  furnace,  the  charges  float  on 
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the  surface  of  the  glass  and  come  into  contact  with  the  fire,  which  ptays 
across  the  furnace.  As  a  result  more  or  less  of  these  materials  ia  entrained 
in  the  gases  that  pass  across  and  carried  forward  impinging  upon 
the  side  wall,  into  the  ports,  checkers,  and  Sues.  To  some  extent  this 
pervades  the  whole  atmosphere  of  the  furnace,  producing  a  severe  eroaive 
action  upon  the  whole  interior  lining,  combining  with  the  material 
formii^  the  side  walls,  which  effects  a  glaze  that  is  more  or  less  light 
reflecting. 

Thermoelectric  Principle 

If  pyrometers  are  introduced  either  through  the  crown  at  point  A, 
Fig.  1,  through  the  back  wall  at  B,  or  the  side  walls  at  C,  the  protecting 
or  sheathing  tubes  of  the  elements  (if  it  is  a  thermoelectric  equipment), 
are  attacked  by  the  entrained  and  volatilized  alkali.  It  only  requires  a 
short  time,  in  some  instances  a  week  or  possibly  a  month  or  two,  for  this 
alkali  to  dissolve  and  erode  these  protectii^  tubes  sufficiently  to  ex- 
pose and  destroy  the  element  itself.  Therefore  it  is  not  only  expensive, 
but  extremely  difficult,  to  keep  these  elements  in  an  operative  condition. 

In  order  to  minimize  this  erosive  action,  perforated  silica  block  has 
been  used  as  a  protection  tube,  particularly  where  the  element  has  been 
introduced  through  the  crown,  as  at  ^ .  While  this  was  satisfactory  so  far 
as  reducing  the  erosive  action  and  destruction  of  the  element  is  concerned, 
it  was  not  entirely  satisfactory  because  it  was  necessary  to  make  these 
blocks  rather  large  in  order  that  they  would  have  sufficient  mechanical 
strength.  This  results  in  there  being  considerable  heat  conducted 
through  the  block  into  the  crown,  consequently  lowering  the  temperature 
readings  below  the  actual  temperature  of  the  furnace,  and  also  decreasing 
the  sensitiveness  of  the  instrument. 

What  has  been  said  of  the  elements  introduced  at  A  is  also  true  of 
those  introduced  at  B  and  C.  Those  located  at  the  two  latter  points, 
even  where  they  are  protected  by  a  silica  block,  do  not  resist  the 
erosive  action  nearly  as  well  as  those  at  A . 

Another  great  drawback  to  the  use  of  pyrometers  as  a  control  medium 
for  governing  melting  conditions  when  located  in  the  melting  end  is  the 
fact  that  they  do  not  give  readings  that  truly  represent  the  temperature 
or  fire  conditions  which  perform  effective  work  on  melting  the  materials. 
To  illustrate,  a  pyrometer  element  located  at  A,  Fig.  1,  reads  only  the 
temperature  produced  at  A,  which  is  perhaps  3  in.  (7.6  cm.)  below  the 
crown.  Conditions  can  be  produced  in  t^e  furnace  whereby,  with  a  high 
stack  draft  and  with  gas  and  air  valves  adjusted,  a  perfect  combustion 
can  be  obtidned.  A  h^her  temperature  can  then  be  produced  at  the 
surface  of  the  glass,  or  impinged  upon  the  batch  materials,  than  wUl  be 
produced  at  the  thermal  element  at  A ;  but  if  the  stack  damper  should  be 
lowered,  with  other  conditions  remaining  the  same,  the  travel  of  the  fire 
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across  the  furnace  will  be  retarded  and  a  greater  quantity  will  be  forced 
up  to  the  crown.  As  a  result,  the  temperature  at  A  will  be  increased 
while  the  temperature  of  the  furnace  may  be  lowered,  and  at  the  surface 
of  the  glass  will  bevery  muchlowerthaniefotmdat  A,  or  at  least,  melting 
will  be  retarded.  This  result  I  have  been  able  to  produce  many  times. 
For  this  reason  it  is  my  candid  opinion  that  a  pyrometer  in  the  melting 
end  of  a  tank  furnace  really  does  more  harm  than  good,  for  where  such 
conditions  can  be  obtained  the  instrument  must  be  misleading  in  its 
efficacy  as  a  means  for  furnace  control. 

This  is  true  to  a  greater  extent  when  the  elements  are  located  at  B 
and  C,  for  not  only  do  the  fire  conditions  have  a  pronounced  effect  on 
the  element  at  B,  but  the  quantity  and  proximity  of  the  batch  piles  also 
affect  it.  While  an  element  at  C  not  only  suffers  from  the  two  conditions 
mentioned,  it  also  has  the  disadvantage  that  when  the  fire  is  traveling 
away  from  this  side  of  the  furnace,  it  receives  that  temperature  only 
arising  from  the  imperfect  combustion  as  the  stream  of  gas  and  air 
issues  from  the  ports;  while  if  the  fire  is  approachii^  the  element,  the 
latter  rec^vea  the  greatest  intensity  of  heat  because  of  the  impingement 
of  the  gases  of  final  combustion. 

A  thermoelectric  element  introduced  at  D,  Fig.  1,  or  in  the  refining 
end  of  the  furnace,  under  certain  conditions  when  correctly  understood, 
is  of  considerable  utility  and  value  to  the  furnace  operator.  This  element 
not  only  reads  the  temperature  radiated  from  the  glass  immediatdy 
below,  but  it  also  indicates  the  temperature  of  the  gases  that  surround 
the  glass  in  the  refinii^  end  of  the  furnace.  This  results  indirectly  in 
its  being  an  indicator  of  the  stack  damper  and  air-valve  settings  that  con- 
trol the  quantity  of  gases  of' combustion  forced  to  this  end,  or  the  infiux 
of  air  into  the  furnace.  However,  it  gives  but  a  secular  indication  of 
temperature,  and  cannot  be  accepted  as  any  true  guide  of  the  tempera- 
ture of  the  glass. 

An  element  located  at  E,  Fig.  1,  is  more  efficacious,  when  properly 
installed,  in  giving  the  temperature  of  the  glass  immediately  adjacent 
to  it  but,  as  pointed  out,  this  may  be  at  a  point  where  the  glass  is  sub- 
stantifdly  quiescent,  and  consequently  cooler  than  at  &ay  other  point. 
If  located  between  two  ring  holes  from  which  relatively  lai^e  quantities 
of  glass  are  being  taken,  it  will  indicate  a  higher  temperature  than  at 
other  working  points  of  the  furnace. 

As  a  means  of  furnace  control,  a  pyrometer  introduced  in  the  flue, 
between  the  stack  damper  and  air  valve,  and  at  D,  in  conjunction  with 
an  efficient  type  of  draft  gf^e,  provides  as  good  a  means  of  r^ulating 
the  furnace  conditions  and  the  requirements  of  adjustment  as  it  is  possible 
to  obtain.  However,  so  far  as  furnace  control  as  related  to  the  melting 
conditions  is  concerned,  I  have  never  found  anything  that  affords  as  good 
a  criterion  as  the  appearance  of  the  melting  batch  piles,  the  flux  line, 
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and  the  surface  of  the  glass  between  the  batch  piles  and  the  bridge-wall. 
Here  we  have  indications  that  are  directly  the  result  of  quantity,  quality, 
and  intensity  of  fire  affecting  the  material  to  be  acted  upon. 

Optical  Principle 

Some  furnace  men  and  operators  have  found  that  the  optical  pyro- 
meter meets  all  their  requirements  in  furnace  control  by  using  it  as  a 
criterion  upon  which  to  regulate  their  fire  conditions,  or  the  degree  and 
speed  of  combustion.  This  is  done  by  sighting  through  an  opening  in 
the  rear  wall  of  the  furnace,  at  some  convenient  point,  whereby  the  in- 
strument may  be  focused  upon  some  given  point  in  the  flame  and  the 
temperature  read  at  this  point.  The  readings  are  then  empirically 
applied  to  adjust  or  regulate  valves  and  damper  settings. 

I  do  not  question  but  that  after  careful  study  and  correlation  of 
readings  with  the  valve  and  damper  settings,  the  optical  pyrometer 
can  be  utilized  to  give  valuable  aid  to  the  operator  in  governing  furnace 
adjustments.  However,  I  have  never  been  able  to  obtain  results  that 
are  as  satisfactory  as  other  means.  Further,  I  have  never  been  able 
to  use  an  optical  pyrometer  of  the  Wanner  or  disappearing-filament 
type,  and  obtain  any  satisfactory  results  in  controlling  temperature  of 
the  glass,  for,  as  before  pointed  out,  the  emissivity  of  the  glass  is  de- 
pendent entirely  on  its  composition,  homogeneity,  uniformity  of  tem- 
perature, and  freedom  from  reflections  of  hotter  or  colder  bodies. 

As  an  example,  if  one  will  take  out  of  the  furnace  in  any  convenient 
.manner,  a  mass  of  glass  of,  say,  100  lb.,  having  but  a  small  part  of  its 
area  exposed  to  radiation,  and  then  attempt  to  measure  the  temperature 
of  the  surface,  he  will  End  that  this  surface  temperature  is  very  much 
lower,  in  some,  instances,  200°  to  300°,  than  will  be  registered  by  the 
optical  pyrometer. 

Radiation  and  Disappearing-filament  Pbikciplb 

What  has  been  said  of  the  optical  principle  is,  to  a  great  extent,  true 
of  the  radiation  and  disappearing-filament  types  of  pyrometer.  In  the 
disappearing-filament  and  optical  types,  we  also  have  the  calibration 
factor  to  contend  with,  while  in  the  radiation  type  we  have  the  perfectness 
of  focus  and  reflecting  surface  to  maintain  in  order  to  obtain  anything 
like  accuracy. 

It  is  indeed  regrettable  that  some  one  cannot  devise  a  means  or  material 
whereby  temperatures  of  glass  can  be  accurately  measured.  However, 
it  is  not  strictly  essential  and,  in  fact,  I  beUeve  it  is  not  wise  to  attempt 
to  measure  the  temperature  of  the  melting  end  of  these  furnaces,  for  the 
reason  that  the  position  at  which  such  temperatures  are  measured  is  so 


Goot^lc 


iOO  PTBOUBTRT   APPLIED   TO  BOTTLE-OLASB  MANUFACTURE 

small  ID  proportion  to  the  volume  &nd  areas  involved  that  such  meas- 
urements do  not  give  information  of  any  practical  value.  If  we  could 
devise  a  means  whereby  the  temperature  of  the  glass  as  it  is  being  worked 
could  be  continuously  and  accurately  measured,  we  would  solve  a  problem 
that  would  be  of  inestimable  value  to  the  manufacturer. 

.  In  regard  to  this  etatemeot,  let  us  cooaider  some  of  the  conditions 
'  wherein  this  temp^ature  plays  such  an  important  part.  Fig.  2  is  a 
diagrammatic  view  of  what  is  known  as  the  Owens  revolvii^  pot,  which 
consists  of  a  furnace  and  a  revolving  clay  vessel  situated  adjacent  to  the 
tank  furnace,  as  shown  in  F^.  1.  A  spout  introduced  in  the  refining 
end  of  the  furnace,  some  inches  below  the  surface  of  the  glass,  has  a  gate 
member  arranged  so  that  by  adjusting  the  gate  a  quantity  of  glass  flowing 
into  the  revolving  pot  marked  AB  can  be  regulated  eo  as  to  muntain  a 
constant  level,  or  the  gate  can  be  lowered  so  as  to  completely  shut  off 


Fro.  2. — Owens  bevolving 


the  flow  of  glass  to  the  pot.  A  heating  chamber  surrounds  this  revolving 
pot  and  is  entirely  separate  from  the  melting  furnace  and  its  refining 
chamber,  and  is  supphed  with  auxiliary  means  for  obtaining  the  required 
temperature  therein;  this  is  done  by  means  of  oil,  natural  gas,  or  producer- 
gas  fuel.  The  glass  that  flows  into  this  pot  is  formed  into  various  articles, 
such  as  bottles  erf  all  sizes,  fruit  jars,  packers'  ware,  etc.,  by  means  of 
what  is  known  as  the  Owens  botUe  machine,  the  fundamental  principle 
of  which,  briefly  stated,  is  as  follows: 

A  parison  mold  is  lowered  so  that  its  opening  and  under  surface  just 
comes  into  contact  with  the  surface  of  the  glass;  as  a  vacuum  is  ciBated 
in  this  mold,  the  glass  is  forced  up  into  it  and  around  a  plunger,  which 
produces  the  required  cavity  within  the  parison  *  blank.  Bubsequently, 
this  parison  mold  is  opened  and  removed  from  the  blank,  and  the  blow 
mold,  or  the  mold  that  governs  the  shape  of  the  article,  is  closed  around 
the  blank,  the  plui^er  is  removed,  the  opening  closed  where  the  plunger 
passed  through,  compressed  air  is  admitted  into  the  cavity  in  tike  blank. 
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and  the  blank  diatended  to  fill  the  contour  of  the  mold,  after 
which  the  mold  is  opened  and  the  article  is  ejected  upon  a  suitable  con- 
veyor, or  is  removed  manually. 

.  The  perfectness  of  the  article  depends,  primarily,  on  the  temp^ature 
of  the  glass  as  it  is  drawn  into  the  pariaon  mold.  It  is  a  serious  and 
perplexity  problem  as  to  what  this  temperature  should  be,  and  after  t^e 
temperature  has  once  been  determined,  for  a  given  size  and  weight  of 
ware,  its  effect  must  also  be  determined  as  reUted'  to  the  condition  of 
the  molds,  speed  of  operation,  distribution  of  glass  in  the  article,  vacuimi 
and  air  pressures,  etc.  and  should  be  maintained  uniform  and  constant. 
Numerous  ways  have  been  suggested,  and  I  have  tried  nearly  every 
suggestion,  but  I  have  not  found  a  method  for  measuring  the  tempera- 
ture of  the  glass  at  exactly  the  location  where  the  mold  takes  up  the  glass, 
that  has  been  entirely  satisfactory  or  successful. 

A  pyrometer  element  introduced,  at  C,  Fig.  2,  is  subjecl;  to  the  same 
criticism  as  the  one  introduced  at  A,  Fig.  1,  in  the  melting  end  of  the 
furnace,  as  its  registrations  are  susceptible  to  all  the  variations  in  tem- 
perature that  may  be  produced  by  varying  fire  conditions,  draft,  and 
glass  temperature.  The  same  is  true  of  an  element  introduced  at  B, 
Fig.  2.  However,  there  is  no  flying  flux  or  alkali  to  attack  the  sheath- 
ing tube  or  element.  An  element  introduced,  at  A,  Fig.  2,  as  near  to 
the  glass  as  is  possible,  gives  about  as  effective  results  and  as  satisfactory 
as  any,  by  introducing  the  element  through  an  open-end  protecting 
tube  so  that  possibly  from  ^  to  1  in.  of  the  element  proper,  with  just  a 
thin  coating  of  clay  over  the  element  wires,  protrudes  beyond  the  open 
end  of  the  sheathing  tube.  This  will  bring  the  element  about  2  in. 
above  the  surface  of  the  glass.  Over  this  I  construct  a  clay  tile  shield 
about  2  in.  thick  and  6  in.  long,  to  protect  the  element  as  much  as  is 
possible  from  radiation  above  and  the  direct  flame  or  fire  in  the  fur- 
nace. In  this  manner,  a  registration  of  the  temperature  radiated  from 
the  glass  in  the  pot  is  obtained;  and  while  the  results  are  fairly  satis- 
factory, they  are  far  from  what  might  be  desired,  for  the  temperature 
of  the  glass  must  be  measured  to  insure  the  best  results. 

We  have  made  numerous  attempts  to  use  optical  and  radiation  pyro- 
meters to  obtain  the  temperature  of  the  glass  in  this  pot  at  the  required 
point,  but  these  attempts  have  proved  utter  failures. 

What  has  been  said  as  to  the  difficulties  encountered  in  applying 
pyrometers  to  the  Owens  pots  is  true  of  other  modes  of  gatherii^  or 
working  the  glass.  In  the  Hartford-Fairmont  process,  the  glass  flows 
into  a  channel,  is  then  paddled  over  a  weir,  discharged  through  an 
orifice,  cut  off  by  means  of  shears,  and  discharged  into  an  open  parison 
mold.  Here  it  is  essential,  in  order  that  a  given  we^ht  of  glass  shall  be 
discharged  into  the  mold  each  time,  that  the  glass  be  maintained  at  a 
definite  and  imiform  temperature.    In  the  Tucker-Keeves  method,  the 
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glass  flows  through  a  refractory  channel  to  an  orifice  (as  shown  in  Fig.  3)  of 
a  predetermined  size  and  then  through  controllable  periods  of  time  of  such 
fiow  is  sheared  ofT  so  as  to  discharge  predetermined  weights  and  quautities 
of  glaap  to  the  molds.  In  the  Brookes  device,  wherein  there  is  no  means 
for  regulating,  with  precision,  the  quantity  of  glass  flowing  through  the 
orifice  and  the  time  period  of  shearing,  by  a  gate  in  the  channel ,  obviously 
the  amount  discharged  is  directly  related  to  the  temperature. 

In  all  of  these  processes,  i,e,,  Hartford-Fairmont,  Tucker-Reeves,  and 
Brookg,  numerous  attempts  have  been  made  to  use  pyrometers  as  a  means 
of  controlling  the  temperature  of  the  glass, 
but  so  far  all  attempts  have  been  unsatis- 
factory. It  has  been  found  that  to  intro- 
duce the  thermoelectric  element  in  any  part 
of  this  apparatus,  it  is  necessary  to  keep  the 
same  out  of  contact  with  the  glass.  There- 
fore, the  elements  are  usually  introduced  at 
some  point  approximating  the  position 
marked  A,  as  shown  in  Fig.  3.  Although  I 
have  used,  in  some  experimental  work,  an 
element  introduced  at  B  and  into  the 
glass  stream  with  satisfactory  results,  so  far 
as  indicating  the  true  temperature  of  the  glass  is  concerned,  it  is  sub- 
stantially impossible,  from  a  practical  standpoint,  to  use  this  method  of 
installation,  because  of  the  high  erosive  action  of  the  glass  upon  the 
sheathing  tubes,  which  necessitates  the  shutting  down  of  the  machine  and 
serious  damage  to  the  spout  if  a  new  element  is  to  be  installed. 

Conclusions 

My  conclusions  on  this  subject  are  as  follows: 

That  pyrometers  applied  to  the  melting  of  glass  in  tank  furnaces  per- 
form no  useful  function  in  determining  the  regulations  or  control  of  fire 
conditions.  To  a  minor  d^ree,  they  do  assist  in  keeping  a  check  upon  the 
furnace  operation,  and,  more  effectively,  function  to  effect  a  psychological 
stimulus  for  the  operator. 

That  they  are  woefuUy  inadequate  as  a  means  for  controlling  the 
temperature  of  the  glass  at  the  working  or  refining  end  of  the  furnarc, 
although  they  are  of  great  value  in  controlling  the  conditions  at  this 
point. 

That  the  thermoelectric  type  is  greatly  superior  to  the  radiation, 
optical,  or  disappearing-filameut  types,  except  in  possibly  special  or 
isolated  cases. 

That  the  invention  or  design  of  a  protecting  tube  that  will  withstand 
the  erosive  action  of  the  glass  will  give  to  the  glass  manufacturer  a 
means  whereby  he  will  be  able  to  utilize  a  pyrometer  in  such  a  manner 
as  to  make  it  indispensable  and  of  inestimable  value. 
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Pyrometry  in  the  Manufacture  of  Optical  Glass 

BT    ALBEBT   J.    WALCOTT,'    KOCHBSTER,    N.    Y. 
(Chiemso  Meelint,  B*pt«mbsr.  1916) 

The  succeas  of  various  operations  in  the  manufacture  of  optical  glass 
depends,  in  a  large  measure,  on  the  ability  to  maintain  proper  heat 
control.  A  good  pyrometer  system  is,  therefore,  a  very  necessary  part  of 
the  equipment  needed.  Men  of  long  experience  in  dealing  with  high  tem- 
peratures, who  have  acquired  through  constant  practice  the  ability  to 
judge  approximate  temperatures  by  means  of  color,  are  undoubtedly 
valuable,  but  even  the  most  competent  are  not  as  reliable  as  a  good 
pyrometer  system.  They  admit  that  their  ability  to  judge  accurately 
varies  from  day  to  day  and  that  their  judgment  is  affected  considerably 
by  the  condition  of  the  sky,  whether  it  is  clear  or  cloudy.  Besides,  where 
it  is  a  matter  of  only  a  few  weeks  to  train  a  man  to  operate  a  pyrometer 
system,  it  takes  about  as  many  years  to  train  him  to  judge  temperatures 
by  the  state  of  incandescence. 

The  pyrometer  outfit  in  use  in  the  glass  plant  of  the  Bausch  &  Lomb 
Optical  Co.  consists  of  the  following :  Platinum  elements,  optical  pyrome- 
ters, base-metal  elements,  indicators,  potentiometers,  and  recording 
pyrometers. 

Platinum  Elements  a?id  Optical  Pyrometers. — Temperature  control  in 
the  melting  operation  is  of  such  great  importance  that  it  is  very  desirable 
to  know  the  exact  temperatures,  relative  temperatures  being  of  little 
value.  The  use  of  the  platinum  element  is  to  determine  the  rate  of 
heating  or  cooling  of  the  furnace.  The  platinum  couple  is  installed  in 
either  the  crown  or  the  wall  of  the  furnace.  It  is  placed  first  in  a  porce- 
lain protecting  tube  and  this  is  placed  in  a  permanently  fixed  fireclay 
tube  projecting  from  l^i  to  2  in.  into  the  fire-chamber.  It  has  been 
found  impractical  to  use  the  platinum  couple  for  determining  exact 
temperatures  of  the  melting  furnace,  for  the  platinum  element  deteriorates 
rather  rapidly  at  the  high  temperatures  used,  2500°  to  2700°  F.  (1371° 
to  1482°  C).  When  protected  and  installed  as  described,  though, 
the  temperature  determined  is  local  and  varies  from  150°  to  200°  F. 
(83°  to  111°  C)  from  the  actual  temperatures  of  the  glass  in  the  furnace. 

For  the  greater  part,  the  platinum  element  is  used  for  general  control. 
When  the  same  temperature  schedule  is  followed  day  after  day  the  plati- 
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num  element  might  be  used  satisfactorily  for  exact  temperature  control 
by  making  necessary  corrections  for  deviations  from  actual,temperature8. 
Temperatures  are  read  by  means  of  a  direct-reading  indicator. 

For  determining  actual  temperatures  in  the  melting  operation  the 
more  satisfactory  way  is  by  means  of  an  optical  pyrometer.  The  Leeds 
&  Northrup  optical  pyrometer  has  been  found  quite  satisfactory.  The 
instruments  are  frequently  checked  against  each  other  and  also  against 
a  standard  reserve  lamp.  A  water-cooled  platinum  element  has  also 
been  used  as  a  check.  At  temperatures  from  2500°  to  2600°  F.,  the  optical 
pyrometer  has  been  foimd  to  be  correct  within  5  to  10°  F.  Errors  are 
likely  to  be  introduced  in  the  use  of  the  optical  pyrometer  by  not  focusing 
on  the  proper  places  in  the  furnace.  Parts  of  the  furnace  coming  in  actual 
contact  with  the  flame  are  considerably  hotter  than  the  pot  and  should 
therefore  be  avoided.  By  focusing  on  the  surface  of  the  glass  while  flame 
is  in  the  furnace,  errors  as  high  as  90°  F.  are  introduced,  caused  by  the 
reflection  of  the  flame  from  the  glass.  Fairly  satisfactory  results  have 
been  obtained  by  focusing  on  the  rim  of  the  pot. 

After  the  flame  has  been  turned  off,  temperature  determinations 
may  be  made  from  the  surface  of  the  glass.  When  this  is  done  it  must  be 
understood,  however,  that  the  temperature  determined  is  that  of  the 
bottttm  of  the  pot  and  not  of  the  surface  of  the  glass,  the  color  from  the 
bottom  of  the  pot  being  transmitted  through  the  glass. 

Base-metal  Couples. — A  very  important  application  of  pyrometry  in 
optical  glass  industries  is  the  use  of  base-metal  couples  for  maintaining 
temperature  control  in  annealing  optical  glass.  Considerable  literature 
has  been  published  recently  on  various  phases  of  the  optical-glass  manu- 
facture, including  anneaUng,  so  that  it  will  not  be  necessary  to  give 
details  here.  All  optical  glass,  before  it  can  be  prepared  by  the  Precisions 
Optics  Department  to  be  put  into  work,  must  be  comparatively  free  from 
internal  stresses,  so  that  very  careful  annealing  is  necessary.  A  large 
amount  of  Optical  glass  is  pressed  into  prisms  and  lenses,  varying  in  siie 
from  a  few  cubic  inches  to  35  and  40  cu.  in.,  and  then  annealed;  some  glass 
is  annealed  in  the  form  of  large  cast  sheets.  The  kilns  and  lehrs  used 
for  annealing  in  the  glass  plant  of  the  Bausch  &  Lomb  Optical  Co.  are 
gas-fired;  the  kilns  are  well  insulated,  thus  giving  a  fairly  uniform  dis- 
tribution of  heat. 

A  3-ft.,  heavy-ty{>e,  base-metal  couple  of  Hoskina  make,  placed  in  a 
chromel  protecting  tube,  is  inserted  through  the  crown  of  the  kiln.  An 
immersion  of  about  18  in.  in  most  cases  brings  the  end  of  the  protecting 
tube  near  the  center  of  the  chamber  in  which  the  glass  is  placed.  The 
kilns  are  grouped  in  batteries  containing  from  six  to  ten.  All  the  couples 
of  a  battery  are  connected  to  a  cold-junction  well,  S  to  10  ft.  deep,  near 
the  battery,  and  to  a  junction  box  immediately  above  the  well  by  means 
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of  compeDsating  wire.  From  the  junction  box,  copper  lead  wires,  con- 
ducted through  conduits,  are  brought  to  a  selective  switch,  arranged  for 
50  couples,  in  a  special  pyrometer  room.  Temperatures  are  read  by  means 
of  a  Leeds  &  Northrup  portable  potentiometer.  By  means  of  a  double- 
throw  switch,  it  is  possible  to  connect  with  a  direct-reading,  high-resist- 
ance, Taylor  indicator.  The  potentiometer  has  been  found  the  more 
satisfactory;  hence  the  indicator  is  used  only  in  cases  of  emergency. 
A  man  is  employed  to  make  temperature  readings,  make  a  careful  record 
of  temperatures  and  regulate  the  burners,  a  satisfactory  automatic 
temperature  control  having  as  yet  not  been  found.  A  reading  of  each 
kiln  is  taken  every  IS  minutes. 

The  couples  in  use  are  frequently  checked  gainst  a  standard  plati- 
num platinum-rhodium  couple.  All  checks  are  made  in  a  small  auxil- 
iary furnace  and  done  with  considerable  care.  Besides  these  checks  the 
couples  are  checked,  while  in  place  in  the  kiln,  every  other  time  the  kiln 
is  brought  to  a  maximum  temperature.  Such  checks  are  made  by  insert- 
ing a  "master"  base-metal  couple  through  an  extra  aperture  about  4  in. 
away  from  the  regular  couple.  Careful  records  are  kept  of  all  checks 
made.  Temperature  observations  of  cold-junction  wells  are  made  once 
a  month. 

Besides  the  installation  of  base-metal  couples  used  for  fine  annealing, 
a  separate  installation  of  nine  couples  is  used  in  connection  with  a  large 
lehr.  Here  also  a  special  man  is  employed  to  watch  the  action  of 
the  couples  and  regulate  the  burners  of  the  lehr.  The  highest  tempera- 
ture used  for  any  part  of  the  anneahng  work  is  about  1200°  F.  (648*  C). 
There  is,  therefore,  no  great  danger  of  rapid  deterioration  of  the 
couples. 

Since  the  maximum  temperature  to  which  a  kiln  is  heated  is  a  matter 
of  considerable  importance,  where  several  different  kilns  may  be  used  for 
anneaUng  the  same  class  of  work,  the  couples  should  ^ree  so  closely  as 
to  be  interchangeable.  Whatever  variation  from  the  standard  does 
exist  in  .any  of  the  couples  is  recorded  and  taken  into  account  in  bringing 
kilns  to  maximum  temperatures.  A  couple  whose  millivoltage  for  any 
given  -temperature  varies  from  day  to  day  is  very  undesirable  for  fine 
annealing  work.  The  gr^test  variation  of  any  of  the  couples  in  use  at 
the  Bausch  &  Lomb  plant,  as  determined  there,  is  10°  F.  at  1000°  F. 
(5.8°  C.  at  538°  C). 

Another  practical  application  of  base-metal  couples  has  been  found 
in  determining  temperatures  of  furnaces  used  for  bending  and  annealing 
large  searchlight  mirrors.  The  potentiometer  is  used  for  determining 
temperatures  while  the  furnace  is  being  heated  to  mftximiim  temperature. 
After  "the  gas  has  been  turned  off,  the  cooling  curve  is  determined  by 
means  of  a  recording  pyrometer. 
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The  heat  control  of  pot  arches,  used  for  heating  glass  pote  before 
being  placed  in  the  melting  furnaces,  does  not  require  a  high  enough 
degree  of  accuracy  to  justify  the  installation  of  a  pyrometer  system. 
However,  since  the  maximum  temperature  used  for  this  operation  is 
approximately  1800°  F.,  base-metal  couples,  properly  protected,  could 
be  used  in  case  a  higher  degree  of  accuracy  than  is  used  at  present  should 
be  dmred. 

Acknowledgment  is  due  Mr.  R.  J.  Montgomery,  of  the  Bausch  & 
Lomb  Optical  Co.'s  glass  plaat,  for  furnishing  information  concerned 
with  the  use  of  the  platinum  element  and  the  optical  pyrometer  in 
connection  with  the  melting  operation. 
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0se  <A  optical  Pyrometers  for  Control  of  Optical-glass  Furnaces 

BT  CLARENCE  N.  PBNNBIl,*  WA8HIN0TOW,  D,  C. 

(Chi<»Ea  MntlDi.  SeplnnbBr,  IBIB) 

The  manufacture  of  optical  glass  is  a  process  that  demands  careful 
regulation  and  control  at  all  stages  in  order  that  satisfactory  results  may 
be  obtained.  The  product,  to  serve  its  purpose,  must  meet  stringent 
requirements,  which  can  be  assured  only  by  careful  procedure  in  manu- 
facture. During  the  greater  part  of  the  time  that  a  pot  of  glass  is  in 
the  furnace,  temperatures  should  be  kept  within  certain  rather  narrow 
limits;  a  departure  on  either  side  is  likely  to  be  detrimental  to  the  glass 
and  may  result  in  total  loss.  If  the  temperature  during  melting  and 
fining  be  low,  the  melt  is  likely  not  to  fine  properly  and  the  glass  will 
contain  quantities  of  bubbles,  or  "seed,"  or  it  may  become  milky  and 
unfit  for  use;  too  high  a  tempwrature,  on  the  other  hand,  is  severe  on  the 
pot  and  may  cause  it  to  leak  or  cast  stones,  or  the  increased  solution  of 
pot  material  in  the  melt  may  add  to  the  color  of  the  glass  and  decrease  . 
its  transmission.  Moreover,  variations  in  the  working  temperature  will 
mean  variations  in  the  amount  of  selective  volatilization  and,  conse- 
quently, variations  in  optical  properties  from  pot  to  pot.  Further- 
more, in  the  closing  stages  of  furnace  treatment,  the  melt  is  cooled  until 
a  certain  degree  of  stiffness  is  attained,  when  the  pot  is  withdrawn. 
The  quality  of  the  gla&s — its  freedom  from  strife  and  bubbles — will  depend 
in  large  measure  on  whether  the  temperature  to  which  cooling  has  been 
carried  is  suitable.  For  each  type  of  glass  there  is  a  narrowly  restricted 
range  of  temperature  to  which  each  pot  of  the  given  type  should  be  cooled 
before  withdrawal.  A  quick  and  reUable  method  of  measuring  tempera- 
tures is,  therefore,  of  the  first  importance.  In  the  optical-^lass  work 
conducted  by  the  staff  of  the  Geophysical  Laboratory  during  the  period 
of  the  war,  much  attention  was  given  to  the  matter  of  determining  what 
methods  would  meet  the  requirements.  This  article  will  deal  with  these 
investigations  and  with  the  application  of  the  results  to  actual  practice 
at  various  plants. 

At  the  time  that  the  work  of  the  Geophysical  Laboratory  was  begun 
at  the  Bausch  &  Lomb  plant,  each  melting  furnace  was  equipped  with 
a  thermocouple,  of  which  the  elements  were  platinum  and  an  alloy  of 
platinum  and  rhodium.  The  elements  were  inserted  in  tubes  set  in  the 
back  walls  of  the  furnaces  and  so  placed  that  the  position  of  the  tber- 
mojunctions  was  nearly  Sush  with  the  inner,  or  heated,  side  of  the  rear 
*  Petrologist,  Geophysicttl  laboratory,  Carnegie  InatitutioD  of  Washington. 
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walls  and  a  little  above  the  level  of  the  top  of  the  pot.  Leads  were 
brought  to  a  direct-reading  instrument  conveniently  placed  for  observa- 
tion by  the  furnace  men,  and  regulation  of  temperatures  was  dependent 
on  these  readings.  Although  the  thermocouples  were  protected  from 
contamination  by  tubes  of  dense  and  apparently  impervious  porcelain. 
It  was  recf^nized  that  their  readings  were  not  entirely  reliable.  liater 
work  showed  that  the  unreliability  was  greater  than  had  been  supposed. 
It  seemed  that,  for  constant  use,  a  pyrometer  of  the  Morse  or  Eol- 
bom-Kuribaum  type  would  meet  the  requirements  much  better  than 
thermocouples,  and  an  instrument  of  this  design  was  obtained  from  the 
Leeds  &.  Northrup  Co. 

This  instrument  consists  essentially  of  a  telescope  with  a  small  in- 
caudescent4amp  filament  placed  in  the  front  focal  plane  of  the  eyepiece. 
The  telescope  is  directed  at  the  object  of  which  the  temperature  is  re- 
quired and  an  electric  current  is  sent  through  the  lamp  filament.  The 
strength  of  the  current  is  regulated  by  a  rheostat  until  the  brightness 
or  intensity  of  illumination  of  the  filament  matches  that  of  the  object 
sighted  upon.  The  strength  of  current  is  then  read  upon  a  milliam> 
meter,  and  the  corresponding  temperature  is  obtained  from  an  empirical 
calibration  table,  which  is  supplied  with  the  instrument.  For  measur- 
ing  very  high  temperatures,  the  degree  to  which  the  beating  of  the  fila- 
ment would  have  to  be  carried  to  match  the  luminosity  of  the  furnace 
or  other  object  would  be  likely  to  produce  such  changes  in  the  filament 
as  would  affect  its  calibration  and  shorten  its  life.  Therefore,  the  instru- 
ment is  provided  with  an  absorption  screen,  which  may  be  readily  inserted 
between  the  lamp  filament  and  theobject  of  which  the  temperature  is  to  be 
measured,  and  which  cuts  down  the  intensity  of  radiation  from  the  latter. 
Naturally,  a  separate  calibration  table  must  be  used  when  the  screen  is 
inserted  and  the  sensitiveness  of  the  instrument  is  greatly  diminished. 
The  limit  at  which  it  is  considered  safe  to  make  fivquent  use  of  the 
instrument  without  the  absorption  screen  is  about  1400°;  and  as  the 
accurate  determination  of  temperatures  muoh  higher  than  this  is  seldom 
necessary  in  optic^-gUes  furnaces,  the  use  of  the  screen  may  generally 
be  dispensed  with. 

According  to  the  Stefan-Boltzmauu  law,  the  complete  emission  of 
what  is  known  as  a  "black  body"  is  proportional  to  the  fourth  power 
of  the  absolute  temperature.'  From  this,  it  follows  that  the  brightness  of 
a  luminous  object  changes  very  rapidly  with  the  temperature  and  that 
comparatively  small  differences  of  temperature  (as  small  as  two  or  three 
degrees)  may  readily  be  perceived.  This  fact  is  of  great  importance  in 
the  practical  application  of  the  instrument. 

In  order  to  obtain  a  trustworthy  foundation  for  the  use  of  this  instru- 
ment a  rather  thorough  exploration  and  study  of  furnace  temperatures 
'  R.  W.  Wood:  "  Phymcal  Optiw."    614.    1911. 
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was  carried  out  by  means  of  devices  to  be  described.  The  first  informa- 
tion sought  was  as  to  the  reliability  of  the  calibration  table;  to  obtain 
this  it  was  necessary  to  use  a  device  that  would  give  "black-body  radia- 
tion." A  "perfectly  black"  body  is  a  perfectly  absorbing  body  and 
emits  radiation  whose  intensity  is  a  function  of  the  temperature  alone. 
Most  substances  are  of  such  a  nature  that  when  they  are  heated  until 
they  become  luminous  the  intensity  of  their  radiation  is  dependent  upon 
an  emisaivity  factor,  the  effect  of  which  is  such  that  two  bodies  at  the 
some  temperature  may  appear  unequally  bright.  Naturally  a  substance 
with  a  surface  possessing  the  power  of  reflection  will  send  to  the  eye 
reflected  rays  proeeedii^  originally  from  colder  or  hotter  objects  adjacent 
to  it,  and  to  a  proportional  degree  will  fail  to  send  forth  the  luminous 
rays  corresponding  to  its  own  temperature.  A  good  example  of  an 
almost  perfectly  reflecting  body  is  a  highly  policed  metallic  mirror. 
Though  cold  itself,  it  may  reflect  an  image  of  the  sun,  for  instance,  repre- 
senting a  temperature  of  many  thousand  degrees;  or,  it  may  be  heated 
to  a  temperatiu^  of,  say,  1000°  and  (if  the  surface  does  not  become  tar- 
nished) may  reflect  the  image  of  a  cold  and  black  substance  nearby  and 
fail  to  send  out  its  own  proper  radiation.  On  the  other  hand  "black-body 
radiation"  is  given  out  by  a  substance  with  a  surface  that  possesses 
no  reflecting  power  and  therefore  absorbs  all  radiation  falling  Upon  it.* 
No  substance  fulfills  this  condition  perfectly,  but  the  requirementB  may  be 
met  satisfactorily  by  heating  uniformly  throughout  its  length  a  long  tube 
of  poorly  reflecting  material,  closed  at  one  end,  so  that  all  rays  proceed- 
ing from  the  bottom,  whether  they  originate  there  or  are  reflected  from 
another  part  of  the  tube,  correspond  to  one  and  the  same  temperature. 
To  meet  the  required  conditions  we  used  a  porcelain  tube  about  1  m. 
long  that  had  an  orifice  of  18  mm.,  and  was  stoppered  at  one  end  with  clay. 
This  tube  was  inserted  into  the  furnace  and  the  far  end  was  allowed  to 
rest  upon  the  rim  of  the  glass  pot  until  it  became  well  heated.  The 
optical  pyrometer  was  then  sighted  through  the  orifice  upon  the  clay 
plug  at  the  far  end,  and  a  reading  taken.  A  new  and  reliable  thermo- 
couple of  platinum  and  platinum-rhodium  was  then  inserted  into  the  tube 
and  readings  of  electromotive  force  were  taken  with  a  direct  reading 
millivoltmeter.  These  readings,  with  the  necessary  cold-jtmction  cor- 
rection, were  believed  to  represent  .true  temperatures,  and  were  taken 
as  the  standard  of  reference.  Thus  tested,  the  temperatures  given 
by  the  calibration  tables  for  this  instrument  were  found  to  agree  surpris- 
ingly well  with  true  temperatures.  Some  of  the  resulte  are  given  in 
Table  1.    Later  tests  with  other  instruments  indicated  that  this  instru- 

'  For  a  mon  oomplete  diaciuaion  of  the  laws  of  ndiation  aikd  absoiptioa  see,  for 
example,  "Phyrical  Optics,"  by  R.  W.  Wood  (ISll),  especially  691  and  following; 
or  "A  Text-book  of  Physics,"  edited  by  A.  W.  Duff  (1913),  279  and  following. 
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ment  was  somewhat  exceptional  and  that  not  equal  care  in  calibration 
had  been  used  in  all  cases. 

Tablb  l.—Test  of  Optical  Pyrometer  by  Comparison  tntlh  ThermocoupU 
Readings  for  Black-body  Radiation 
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The  next  matter  on  which  information  was  desirable  was  that  of  the 
degree  of  agreement  of  temperatures  as  indicated  by  readings  on  the 
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fumace  walls  with  true  temperatures;  that  is,  to  ascertain  whether  the 
radiation  given  out  by  the  heated  walls  corresponded  with  black-body 
radiation,  or  whether  reflections  from  the  somewhat  glazed  surfaces 
of  the  refractory  lining  would  cause  significant  departures  from  correct 
results.  To  obtain  this  information  the  furnace  temperatures  were 
explored  with  a  specially  constructed  device,  by  which  a  thermocouple 
could  be  brought  to  any  desired  spot  and  readings  obtained,  and  to  com- 
pare these  readings  with  the  results  obtained  by  sighting  the  pyrometer 
on  the  adjacent  wall.  The  device,  shown  in  Fig.  1,  consisted  of  a  water- 
cooled  iron  tube  C  (or  assemblage  of  tubes)  9  or  10  ft.  (2.74  or  3.04  m.) 
in  length,  through  the  inner  orifice  of  which  the  compensating  leads  of 
a  thermocouple  were  carried.  The  thermocouple  proper  (consisting  of 
platinum  and  platinum-rhodium)  extended  into  a  porcelain  tube  B 
35  cm.  long  that  projects  beyond  the  water-cooled  part.  Fig.  1  shows  the 
terminal  portion  of  this  device.     The  thermoj unction  is  shown  at  A;  in 
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the  water-cooled  part  the  wires  are  connected  with  compensating  leads  of 
alloys  of  which  the  thermoelectric  force  over  the  range  of  temperature 
here  used  is  very  closely  equivalent  to  that  of  the  platinum  and  platinum- 
rhodium  wires  of  the  thermocouple,  so  that  no  appreciable  error  is  intro- 
duced by  subsidiary  currents  set  up  at  the  junctions.  Their  use  obviates 
the  need  of  carrying  the  platinum  and  platinum-rhodium  wires  back  10 
or  15  ft.  (3.04  or  4.57  m.)  to  the  meter.    The  thermocouple  wires  are  in- 


sulated by  porcelain  capillaries  (not  shown)  and  the  compensating  leads 
by  glass  tubes.  Asbestos  wool  D  is  packed  around  the  porcelain  tube 
to  hold  it  in  place  and  also  to  serve  as  a  heat  insulator  and  prevent  a 
too  severe  temperature  gradient  where  the  porcelain  tube  B  enters  the 
iron  tube  C,  The  iron  tube  C,  supply  pipe  E  for  the  water-circulating 
system,  and  the  return  pipe  F  extend  back  to  the  outside  of  the  furnace, 
where  hose  connections  are  made  to  pipes  E  and  F  and  a  bushing  is  fitted 
to  the  tube  C,  through  which  the  leads  are  carried.     The  fitting  G  by 
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which  the  various  parts  are  held  together  and  kept  in  position  was  the 
only  special  coostniction  required.  This  device  had  to  be  carefully 
handled  aod  was  not  adapted  for  constant  use,  but  it  served  the  purpose 
for  which  it  was  devised  and  gave  the  required  infOTmation.  One  of 
the  first  purposes  for  which  it  was  used  was  to  ascertain  the  distribution 
of  temperatures  from  the  front  to  the  rear  of  a  furnace  in  which  a  pot 
of  glass  was  being  held  at  fining  temperature.  The  results  are  shown  in 
Table  2  and  Fig.  2. 

Table  2. — Dittribution  of  TempenUuret  in  a  Pvmace  under   Pining 
CondUioni 
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A  comparison  of  temperatures  as  deteimined  by  the  exploratory 
thermocouple  and  liy  the  optical  pyrometer  showed  that  the  interior 
walls  of  the  furnace  gave  radiations  that  agreed  to  a  very  satisfactory 
degree  with  black-body  radiations  at  the  temperatures  at  which  most 
of  the  furnace  operations  are  conducted.  The  results  of  the  determina- 
tions are  given  in  Table  3. 

Table  3. — Compariaon  of  Fumaee  Temperaiurea  at  Read  by  Evploralory 
Thermocouple  and  by  Optical  Pyrometer 
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The  very  close  agreement  shown  is  doubtless  due,  in  some  measiu^, 
to  a  counterbalanciftg  of  errors,  as  the  methods  used  were  not  of  the  degree 
of  precision  indicated  by  these  figures.  We  believed,  however,  that  the 
necessary  dependability  of  readings  at  these  temperatures  by  the  optica) 
pyrometer  was   established.    At    lower   temperatures  the  agreement 
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was  less  perfect.  At  a  temperature  of  1000°  or  1060°,  the  readings  taken 
by  the  optical  pyrometer  on  the  rear  wall  were  likely  to  be  as  much  as  40° 
or  50°  too  high,  and  might  be  even  more  in  error.  This  was  probably 
to  be  ascribed  to  departure  from  theoretical  black-body  conditions. 
The  rear  wall  of  the  furnace  probably  receives  and  refiects  radiations 
from  hotter  regions  adjacent,  Buch  as  the  cap  on  which  the  flames  play 
or  from  the  flames  themselves,  and  a  source  of  error  is  thus  introduced. 
It  was  noticeable  that  when  the  temperature  was  not  very  high  the  parts 
of  the  rear  and  end  walls  that  are  immediately  adjacent  to  each  other 
were  likely  to  appear  of  unequal  brightness,  though  there  could  hardly 
be  much  actual  difference  in  temperature. 

These  investigations  supplied  sufficient  data  to  enable  ua  to  use  the 
instrument  with  confidence  during  the  operations  of  melting  and  fining. 
It  was  therefore  used  daily  as  a  substitute  for  the  thermocouples,  though 
the  latter  were  still  considered  useful  to  a  certain  extent  when  properly 
controlled  by  the  pjrrometer.  It  was  necessary,  however,  in  order 
to  use  the  thermocouples  at  all,  to  keep  a  constant  check  upon  their 
readily.  Not  only  were  their  indications  always  too  low  by  100°  to 
150°,  but  the  error  was  not  constant;  there  were  likely  to  be  gradual 
fluctuations  each  day.  No  investigation  was  made  into  the  reason  for 
this,  but  the  supposition  was  that  the  fluctuations  were  to  be  attributed 
to  contamination  by  the  combustible  gases  or  by  material  volatilized 
from  the  melts. 

The  furnace  men  were  instructed  in  the  use  of  the  optical  pyrometer, 
and  a  number  of  i^em  showed  considerable  skill,  so  that  we  felt  confldent 
that  during  the  night  shifts  the  pyrometer  would  be  properly  used  for 
regulating  or  maintaining  temperatures.  Immediately  following  its 
introduction,  two  gratifying  results  ensued:  The  occasional  pots  of 
milky  glass  ceased  almost  entirely  and  the  losses  from  leakage  of  pots 
were  almost  eliminated.  We  think  these  results  were  due  to  the  better 
knowledge  of  temperatures  than  was  possible  before  and  to  the  ability 
to  keep  the  temperatures  where  wanted. 

Our  experience  with  the  optical  pyrometer  at  the  Bausch  h.  Lomb 
plant  caused  us  to  install  similar  instruments  at  the  plants  of  the  Spencer 
Lens  Co.  at  Hamburg,  New  York,  and  of  the  Pittsburgh  Plate  Glass  Co. 
at  Charleroi,  Pa.,  when  the  work  of  the  Geopby^cal  Laboratory'^as 
extended  to  these  plants.  We  felt  it  advisable  to  check  the  calibration 
of  the  new  instruments,  as  so  much  depended  on  their  correctness.  The 
results  were  not  as  favorable,  upon  the  whole,  as  with  the  first  instrument.' 
The  data  obtained  in  one  case  are  given  in  Table  4.  In  this  instance 
we  did  not  use  an  exploratory  thermocouple  and  therefore  were  not  able 

'  From  a  mechanioftl  attmdpoint  also  these  instnimeDta  were  defective  in  a  number 
of  respects,  and  this  caused  us  a  good  deal  of  annoyance  aftd  trouble.  Later  in- 
fltouments  have  been  considerably  improved. 
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to  obtain  as  full  information  regarding  the  distribution  of  temperatures, 
but  the  method  employed  was  adequate  for  the  main  purpose  in  view. 
It  consisted  of  inserting  into  the  furnace  a  long  porcelain  tube,  stoppered 
with  clay  (similar  to  that  already  described),  so  that  the  closed  end  was 
over  the  center  of  the  pot;  of  reading  temperatures  with  the  optical  pyrom- 
eter sighted  through  the  tube  upon  the  stopper  (which  corresponded  to 
a  black  body)  and  also  upon  the  furnace  wall  back  of  the  pot;  and  of  com- 
paring these  with  readings  obtained  by  a  new  and  tested  thermocouple 
introduced  into  the  tube.  These  readings  were  taken  under  conditions 
that  were  probably  rather  less  favorable  than  those  ordinarily  met  in 
similar  testing  work  in  a  commercial  establishment;  that  is,  they  were 
made  during  the  pressure  of  other  duties  and  at  a  time  when  the  demands 
upon  furnace  capacity  forbade  much  delay  and  made  it  undesirable  to 
attempt  to  hold  the  temperatures  exactly  constant  during  each  set  of 
readings.  The  degree  of  precision  attained  was,  therefore,  considerably 
less  than  would  be  possible  under  laboratory  conditions,  but  the  results 
may  be  taken  as  fairly  representative  of  what  may  be  easily  realised 
in  practical  work  and  they  are  therefore  given  in  some  detail.  Two 
observers  A  and  B  worked  in  conjunction. 

A  porcelain  tube  39  in.  (1  m.)  long  was  inserted  through  the  small 
opening  in  the  tuille  and  rested  on  the  empty  pot.  The  distance  to  the 
end  of  the  tube  from  the  outside  of  the  tuille  was  37  in.  (93.9  cm.)  and 
the  distance  of  the  thermoj  unction  from  the  outside  of  the  tuille  was 
33  in.  (83.8  cm.).  The  cold  junction  of  the  thermocouple  was  in  ice 
water  and  the  readings  were  taken  by  a  direct-reading  millivoltmeter. 
Table  4  shows  that  the  readings  of  the  optical  pyrometer  were  in  general 
20"  to  30°  low;  25"  was  adopted  as  representing  the  error  with  a  reason- 
able degree  of  closeness. 

A  calibration  of  this  kind  is  not  very  difficult  and  should  always  be 
carried  out  when  a  new  instrument  is  put  in  service.  Without  this  cali- 
bration, it  may  be  possible  to  use  the  instrument  empirically  and  get 
reproducible  results,  when  all  the  conditions  are  kept  constant,  but  the 
object  should  be  to  determine  the  true  temperature  values.  It  is  only 
by  means  of  such  information  that  comparisons  may  be  made  with  other 
establishments  or  that  reproducibility  may  be  secured  when  a  change  of 
furnace  construction  is  made  or  a  new  working  procedure  is  put  into  effect. 
Such  a  cahbration  is  necessary  in  order  not  only  to  check  the  manufac- 
turer's calibration,  but  also  to  determine  whether  the  furnace  walls 
indicate  a  temperature  that  corresponds  to  that  of  the  pot. 

There  is  probably  some  change  in  the  latter  respect  with  length  of 
service  of  the  lining.  A  new  hning  is  likely  to  have  less  reflecting  power 
and  to  give  truer  readings  than  one  that  has  been  in  service  for  several 
months  and  has  become  somewhat  glazed.  Moreover,  the  calibration 
of  the  pyrometer  itself  may  change.     With  several  instruments  that  we 
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Table  4. — Data  Obtained  in  Calibralion  of  Optical  Pyrometer 


RhkUdc^ 


Optical 
lyomstH 
ttwding. 


DBgrem^. 


OptioBl 
^ometw, 
Dogreu  C. 


Inside  of  poroeluik  tube 

Inglds  of  porcslaintutw  | 

liuide  of  poFoeUintube  , 

[nflide  c^  porceluD  tubo  i 

Rsar  wan   of  furoMia  i 


oroeluQ  ti 


Hsu  w^  of  f  urn  vie 
Rear  waU  of  futnacs 
Roir  wall  of  furoaoe 


luide 

of 

per 
por 

r  wall  of  futna 

!    of    pOtMlaiB  tl 

1  of  porcelain  ti 


a  vMoi  fill 


tunpCTBlare  of  the  fornace  wbilc  Ibc  rcadinc*  w 


h  the  otiien  of  the  j 


D.qit.zeaOvGoOt^lc 


504  UBIl   OP  OPTICAL  PTROMBTBHS 

were  using,  the  current  required  to  produce  a  given  intensity  of  filament 
luminoaity  chained  gradually  with  use.  For  these  reasons  it  isessenti&l 
to  make  occasional  recalibrations  of  the  instruments  in  order  to  be  able 
to  place  reliance  upon  their  indications.  The  most  troublesome  part  of 
such  a  calibration  is  sighting  through  the  long  porcelain  tube  upon  a 
rather  small  area  at  the  end.  Naturally  there  is  likely  to  be  some  varia- 
tion in  the  results,  and  therefore  sufficient  readings  should  be  taken  to 
lessen  the  error.  To  match  the  luminosity  of  the  filament  with  that  of  a 
large  object,  such  as  the  furnace  wall,  is  comparatively  easy,  and  in  a 
series  of  such  readings  the  difference  between  the  highest  and  lowest  • 
should  seldom  exceed  5°  or  &'.  Different  observers  also  should  agree 
closely  in  their  readii^.  Unless  extraordinary  demands  are  being  made 
upon  furnace  capacity,  which  will  forbid  keeping  the  furnace  out  of 
opemtion  for  any  considerable  period,  it  will  usually  be  possible  to  hold 
the  temperature  steady  during  a  set  of  readings,  which  will  aid  greatly 
in  giving  consistent  results.  If  a  laboratory  is  available,  in  which  an 
electric  resistance  furnace  forms  part  of  the  equipment,  the  work  of 
calibrating  the  lamp  may  be  considerably  facilitated,  as  the  necessary 
apparatus  may  be  set  up  in  more  convenient  form  and  more  constancy 
of  temperatures  may  be  maintained.  In  order  to  obtain  black-body 
conditions  under  such  circumstances  we  used,  in  some  of  our  calibration 
work,  baffles  so  disposed  around  the  orifice  of  the  furnace  as  to  cut  off  from 
the  chamber  into  which  t^e  instrument  was  sighted  practically  all  radia^ 
tion  from  regions  of  lower  temperature.*  The  true  value  of  the  tempera- 
ture within  the  chamber  was  given  by  a  thermocouple.  It  should  be 
noted  that  such  a  method  of  calibration  gives  results  that  apply  to  black- 
body  conditions  only,  and  that  for  practical  use  it  is  still  necessary  to 
determine  to  what  degree  the  walls  of  a  given  furnace  fulfill  these 
conditions. 

The  use  of  the  instrument  in  daily  work  hardly  requires  extended  de- 
scription. During  a  large  part  of  the  lime  that  a  pot  of  glass  is  in  the 
furnace  the  temperature  should  be  maintained  at  a  constant  high  level, 
usually  about  1400°  C,  and  all  that  is  required  is  that  the  pyrometer  is 
used  often  enough  to  maintain  the  constancy  of  temperature.  Later,  in 
the  final  stages  of  stirring,  the  fire  is  turned  off  and  the  temperature  is 
allowed  to  drop.  When  a  certain  temperature  is  reached  (which  will 
vary  with  the  type  of  ^iass)  stirring  is  stopped  and  the  pot  is  removed. 
It  is  of  great  importance  that  this  be  done  at  the  proper  moment,  and  the 
optica]  pyrometer  is  well  adapted  for  following  the  temperature  <^  the 
cooling  glass.  A  few  minutes  before  the  end  of  operations,  an  extra- 
polation is  made  on  a  plot  of  the  cooling  curve  to  the  required  tempera- 
ture and  the  corresponding  time  for  removal  is  thus  determined.    A  pre- 

<  See  "Methods  of  Meuuring  Temperature,"  by  Ezer  Griffiths  (1918),  llfl,  or 
"  Meaauremeni  of  High  Temperatures,"  by  G.  K.  Burgess  and  H.  Le  Chatelier 
(1«12},  240. 
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caution  that  should  be  kept  in  mind  is  to  observe  some  definite  rule  as  to 
the  part  of  the  surface  of  the  glass  upon  which  readings  aie  taken,  as 
there  are  noticeable  differences  in  brightness  over  the  surface  during  the 
final  stages  of  stirring.  A  good  plan  is  to  sight  upon  the  area  immediately 
behind  the  stirring-rod,  as  the  movement  of  the  rod  through  the  glass 
brings  hotter  material  to  the  surface  and  the  area  mentioned  is  likely 
to  give  the  brightest  glow. 

Although  the  paper  has  referred  more  especially  to  the  procedure 
adopted  when  open  pots  are  used,  the  same  principles  apply  to  covered 
poto.  With  theee  the  arrangement  is  such  that  in  sighting  at  the  interior 
wall  of  the  pot  the  reading  is  even  more  likely  to  correspond  to  that  of  a 
black  body  and  to  represent  the  temperature  of  the  melt  than  when  the 
wall  back  of  the  pot  is  sighted  upon,  as  is  done  when  open  pots  are  used. 
There  is  a  little  uncertainty  as  to  the  effect  upon  the  readings  produced 
by  the  volatilized  sublimates,  but  it  does  not  seem  that  they  should 
be  a  factor  of  significance.  It  is  only  as  these  fumes  escape  into  the 
open  air  and  are  condensed  that  sighting  through  them  should  have  a 
noticeable  effect  upon  the  readings,  and  even  there  they  are  so  tenuous 
that  it  is  doubtful  whether  the  effect  is  appreciable.  Moreover,  they 
often  come  out  in  such  a  manner  that  it  is  possible  to  sight  under  or  over 
them  rather  than  through  them. 

Some  workmen  may  be  found  to  whom  the  regulation  of  temperatures 
by  means  of  an  instrument  of  this  kind  may  be  entrusted  with  confidence. 
Naturally,  such  operations  as  plotting  a  temperature-time  curve  of  a 
pot  of  Goohng  glass  require  some  special  abiUty,  but  the  procedure  may 
be  simphSed  by  having  sheets  of  coordinate  paper  prepared,  with  the 
hours  of  the  d&y  printed  along  the  bottom  and  the  degrees  of  tem- 
perature at  the  aide.  The  use  of  these  is  quite  easily  understood.  Never- 
theless, the  superintendent  or  foreman  must  exercise  considerable  auper- 
yiaion  in  order  to  get  the  best  results.  This,  however,  is  true  'of  all 
steps  in  the  making  of  optical  glass. 

DISCUSSION 
Clarence  N.  Fenner. — Mr.  Gelstharp,  chief  chemist  of  the  Pitts- 
bui^  Plate  Glass  Co.,  has  directed  my  attention  to  the  fact  that  that 
company  was  using  optical  pyrometers  obtained  from  the  Leeds 
&  Northrup  Co.  several  months  before  the  members  of  the  Geophysical 
Laboratory  arrived  at  Charleroi.  I  ain  glad  to  make  this  correction. 
The  chief  object  of  my  paper  was  to  emphasise  the  necessity  of  careful 
temperature  control  in  the  making  of  optical  glass  and  to  describe  the 
kind  of  tests  to  which  an  optica!  pyrometer  should  be  subjected  at  a 
glass  plant  in  order  to  obtain  information  regarding  the  closeness  with 
which  its  readings  correspond  with  true  temperatures  under  the  condi- 
tions which  prevail  in  each  particular  case. 
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Pyrometry  as  Applied  to  Manufacture  of  Optical  Glass 

B?    CARL    W.    KEUrrEL,*   U.  E.,   NEW   TORX,    N.   T. 
(Chicxo  MaeUnc,  S^Umba-.  ISlfl) 

The  manufacture  of  optical  glass  is  a  new  industry  in  this  country. 
In  1914,  after  the  war  started,  the  supply  of  optical  glass  from  Europe 
was  cut  off,  but  as  there  was  a  fairly  large  stock  of  glass  on  hand,  it  was 
not  until  the  end  of  1915  that  the  optical  instrument  makers  made  serious 
efforts  to  produce  their  own  glass.  These  early  attempts  were  generally 
made  by  practical  glass  men  and,  due  primarily  to  the  fact  that  very  little 
scientific  help  was  used,  the  first  attempts  were  unsuccessful.  It  was  not 
until  the  whole  problem  was  attacked  by  technically  trained  men  who 
used  advanced  methods  of  research  that  good  results  were  obtained. 
These  researches  proved  that  the  accurate  control  of  the  temperature  was 
a  most  important  factor  in  the  manufacture  of  optical  glass. 

The  early  glass  maker  judged  temperatures  with  his  eyes;  later,  Seger 
cones  were  introduced  into  the  furnace  at  various  stages  of  the  melt. 
Then  radiation,  indicating  and  recording  pyrometers  with  rare-metal 
thermocouples  were  introduced.  Now,  in  addition  to  these,  an  optical 
pyrometer  every  hour  or  so  is  sighted  right  into  the  pot  and  on  the  molten 
glass. 

Figs.  1  and  2  show  how  pyrometers  are  used  to  control  the  melt.  In  Fig. 
2,  y  is  the  clay  pot  in  which  the  batch  is  melted  to  glass  within  the  fur- 
nace X.  The  rare-metal  thermocouple  S,  protected  by  a  clay  tube, 
extends  through  the  wall  and  about  4  in.  into  the  furnace.  This  couple 
is  cofinected  to  an  indicator  T  and  a  recorder  17  so  that  a  complete 
record  of  the  furnace  temperatures  is  obtained.  The  section  of  the  curve 
ABCD,  Fig.  1,  shows  how  gradually  and  carefully  the  clay  pot  must  be 
heated  to  get  rid  of  moisture  AB  and  during  the  calcining  at  CD.  The 
stem  of  an  expansion  pyrometer  R  is  extended  through  a  hole  in  the  door 
Z  of  the  furnace  and  into  the  pot  in  order  to  more  closely  follow  the  tem- 
perattu%8  of  the  clay  pot  itself  during  the  burning  process,  that  is  from 
A  to  D.  After  the  pot  is  calcined,  the  temperature  can  be  rapidly  rfused 
to  E  (about  1430' C);  from  E  to  F  this  temperature  is  much  higher 
than  at  any  other  stage  in  order  to  shghtly  overburn  the  pot,  which  will 
become  very  dense  and  shrink  to  its  final  size.  The  temperature  is  then 
lowered  to  about  1400°  C.  and  at  G  to  i?  the  batch  is  introduced  in  about 
four  to  five  charges.     From  H  to  M  the  glass  is  thoroughly  mixed  by 

*  Supervisor,  Optical  Department,  KcufTd  &  Eaaer  Co. 
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means  of  a  stirring  machine  and  a  clay  stirring  rod  until  it  is  homogeneous. 
This  stirring  is  kept  up  until  a  certain  point  N  is  reached,  where  the  glass 
becomes  quite  viscous,  when  the  whole  operation  is  stopped.  The  tem- 
perature is  then  reduced  to  room  temperature  at  such  a  rate  that  the 
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Fia.  1. — Tbupbiiature  cycle. 

glass  in  the  [>ot  will  solidify  and,  due  to  strain  formed  during  this  cooling, 
break  up  into  small  chunks.  The  size  of  the  chunks  depends  on  the  rate 
of  cooling.  During  the  part  GHMN  of  the  cycle,  accurate  temperatures 
are  taken  on  the  surface  of  the  glass  Y,  Fig.  2,  in  the  pot  by  means  of  an 


Fio.  2. — SwrnoN  at  ULiiira  vubnacb. 


optical  pyrometer  V.  It  is  by  watching  this  part  of  the  cycle  closely, 
and  controlling  temperatures  accurately,  that  it  has  been  possible  to  re- 
produce successfully  the  various  kinds  of  optical  glass.  In  fact,  the 
quality  of  the  glass  produced  depends  more  on  accurate  temperature 
control  than  on  any  other  one  factor. 

The  chunks  of  glass  produced  must  be  molded  or  pressed  into  various 
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forma  to  make  them  ready  for  use  in  optical  iostrumenta.  This  is  done 
by  slowly  heating  the  chunks  to  a  bright  red,  when  they  will  be  soft  enough 
to  be  pressed  into  form.  These  formed  pieces  must  then  be  cooled  at  a 
certain  rate  and  in  such  a  way  that  no  internal  strains  are  set  up.  A 
lens  or  prism  made  from  glass  that  is  not  reasonably  free  from  strain  may 
very  seriously  affect  the  definition  of  the  instrument.  Prisms  and  large 
lenses  for  high-grade  instruments,  such  as  range  finders  and  periscopes, 
are,  therefore,  annealed  in  an  electric  furnace  that  is  controlled  by  an 
automatic  pyrometer  regulator.  This  regulator  is  so  constructed  that 
between  600°  and  200°  C.  the  furnace  temperature  can  be  made  to 
drop  anywhere  from  1°  C.  every  2  or  3  hr.  to  10°  C.  per  hr.  or  more.  For 
every  different  kind  of  glass  a  special  cooling  curve  must  be  followed; 
and  here  again  it  has  been  proved  that  perfect  temperature  control  is 
absolutely  essential  in  order  to  produce  a  good  product. 
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Pyrometer  Shortcomings  in  Glass-house  Practice 

BY  W.    M.    CI/AHK,*    PH.   B.,    AND    CBABLES    D.    SPENCER,*    CLEVELAND,    OHIO 
(CbicBfo  Meetinc.  Septembu,  IfilB) 

Otm  intereet  in  the  matter  of  pyrometers  and  pyrometry  is  primarily 
that  of  a  user  of  considerable  quantities  of  heat-meaBurii^  equipmeat; 
and  while  we  may  be  somewhat  critical  on  the  subject  we  have  aimed  to 
make  the  nature  of  these  comments  constructive. 

The  glass  industry  in  America  dates  back  to  1609,  when  Capt.  John 
Smith  started  a  small  glass  plant  near  Jamestown,  Va.,  with  a  few  Italian 
workmen,  to  manufacture  glass  beads  for  trading  with  the  Indians. 
While  the  industry  has  expanded  until  it  has  reached  a  volume  of  over 
$200,000,000  per  annum,  the  means  of  heat  determination  in  Colonial 
days  was  the  human  eye,  and  in  much  of  the  industry  the  same  means  is 
used  today.  About  15  yr.  ago  the  largest  glass-house  supply  dealers 
began  to  sell  platinum  pyrometers,  but  as  nearly  alt  of  these  proved  un- 
satisfactory, pyrometers  met  a  temporary  rebuff  from  the  old-time  glass 
manufacturers.  As  their  ruggedneas  of  construction,  reliability,  and 
stabihty  have  been  improved,  however,  pyrometers  have  gradually  won 
their  way  into  more  and  more  extensive  use  throughout  the  glass  trade. 
But  there  are  still  many  applications  where  pyrometers  are  not  used, 
largely  because  of  cost  and  upkeep  considerations. 

There  are  two  distinct  fields  in  glass  works  for  pyrometry.  The  first 
calls  for  accurate  temperature  measurement  and  the  second  only  de- 
mands knowledge  of  relative  comparative  fluctuations  of  temperature, 
to  know  whether  the  work  is  becoming  hotter  or  colder.  For  example, 
in  a  lehr  for  annealing  glassware  and  removing  strain  we  want  accurate 
temperatures  to  know  that  the  ware  is  heated  to  the  critical  temperature 
for  rapid  removal  of  strain.  On  the  other  hand,  in  a  glass  pot  furnace 
nearly  120  ft,  (36  m.)  in  circumference,  inhere  the  pyrometer  couples 
only  project  inside  the  furnace  wall  for  less  than  2  in.  (50  mm.),  it  is 
inconceivable  that  these  few  inches  represent  the  accurate  temperature 
at  every  point  of  the  120-ft.  circumference  but  the  relative  readings  as 
to  whether  the  pyrometer  shows  schedule  temperature  fluctuations 
are  valuable  indications  for  control.  The  glass  melting  in  the  pots  is, 
however,  a  sensitive  pyrometer  because  the  duration  of  the  time  of  melt- 
ing shows  clearly  whether  the  furnace  is  too  hot  or  too  cold.     If  the  glass 
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melts  and  is  workable  in  22  hr.  when  it  sbpuld  be  ready  in  20  hr.,  the 
cause  must  be  insufficient  heat. 


■  Lack  op  Stakdardization  of  Couples 

One  of  the  manufacturers  maintains  that  platinum-platinum-iridium 
couples  are  more  stable  under  glass-house  conditions.  Others  use  Her- 
aueus  platinum-platinum-rhodium  wire  of  two  different  diameters. 
Others  use  platinum-platinum-rhodium  wire  of  different  manufacture 
'  and  different  electromotive  force  from  the  preceding.  Couples  of  different 
manufacture  are  not  interchangeable.  The  porcelain  tubes  are  also 
from  diversified  sources  and  of  varying  degrees  of  excellence. 

COLD-JUNCTION   COMPENSATION 

There  are  a  variety  of  schemes  proposed  to  meet  this  condition,  such 
as  burying  the  cold  junction,  introducing  it  into  a  thermos  bottle,  using 
compensating  lead  wires  and  returning  to  a  thermostat  bos,  water-jacket- 
ing the  cold  junction,  etc.  The  average  glass  manufacturer  does  not 
understand  the  subject  and  generally  omits  cold-junction  compensation 
altogether,  because  it  is  usually  presented  in  a  bewildering  indefinite 
manner  and  an  impractical  arrangement  proposed  at  considerable  expense. 
Standardized  practioal  cold-junction  compensation  methods  would  be 
desirable. 

Lace  of  Standardization  of  Instbuubnts 

Some  of  the  most  successful  developments  aloi^  the  line  of  machinery 
and  equipment  have  resulted  from  producing  standard  lines  to  meet 
good  manufacturing  practice  so  that  the  reasonable  requirements  of  the 
trade  are  met.  The  resultii^  concentration  of  production  on  a  few  types 
has  led  to  volume  production  and  warranted  an  investment  in  molds, 
machinery,  jigs,  punches,  and  dies,  etc.,  enabling  the  manufacturer  to 
turn  out  more  perfect  fittings,  interchangeable  parts  and  a  much  better 
piece  of  equipment  mechanically  and  at  a  greatly  reduced  cost,  over 
hand-fitted  parts  and  small-scale  production. 

A  survey  of  the  various  types  of  indicators  and  recorders  on  the  mar- 
ket will  show  a  wide  variety  of  instruments  built  to  meet  similar  require- 
ments with  different  meritorious  and  bad  features  combined,  because 
they  are  turned  out  by  small-scale  manufacturing,  combining  various 
patent  features,  or  attempts  to  evade  competitors'  patents.  Patent- 
license  arrangements  between  the  manufacturers  and  centralized  produc- 
tion of  the  different  types  would  tend  to  bring  about  greater  stability, 
accuracy,  and  lessened  cost. 
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Where  setscifews  and  binding  posts  are  involved  some  of  the  manu- 
facturers upset  the  heads  of  the  screws  so  that  the  turning  knobs  cannot 
be  screwed  o£F,  dropped,  and  lost.  This  should  be  universally  adopted 
in  the  interest  of  avoiding  loose  connections  and  the  substitution  of  make- 
shift nuts  and  binding  posts  to  replace  special  parts  belonging  to  instru- 
ments and  couples. 

Brief  directions  for  the  settii^  up,  wiring,  and  adjustment  of  every 
instrument  should  be  pasted  on  the  instrument  itself  or  on  the  case 
containing  the  instnmient.  Or  a  label  should  state  that  information 
regarding  the  instrument  would  be  sent  by  the  manufacturer,  on  request. 

In  some  cases  the  temperature  readings  desired  lie  within  a  range  of  a 
few  hundred  degrees  but  the  scale  on  the  instrument  may  be  divided 
equally  over  1600°  C.  In  the  case  of  furnace  temperatures,  for  instance, 
the  part  of  the  scale  that  is  read  will  lie  only  between  800°  C.  and  1400°  C. 
Greater  accuracy  in  reading  temperatures  results  from  suppressing  the 
zero  point  and  opening  up  the  scale  over  the  part  where  readings  are 
desired. 

After  platinum  has  been  exposed  to  reducing  gases  for  some  time,  it 
becomes  "sick,"  or  brittle  and  crystallized.  By  boihng  in  nitric  acid 
and  heating  to  redness  for  a  prolonged  period  it  is  possible  to  revivify 
the  platinum  and  prolong  its  life  materially. 

Standardization  and  caUbration  of  the  couples  is  the  next  problem. 
The  average  plant  is  not  equipped  for  this  maintenance  or  cahbration 
and  couples  are  generally  used  until  they  break.  It  would  seem  as  if 
this  was  properly  a  function  of  the  service  department  of  the  pyrometer 
manufacturer. 

With  optical  pyrometers  our  experience  has  been  somewhat  hmited, 
but  we  have  used  one  of  the  latest  model  recommended  by  the  Geophys- 
ical Laboratory:  It  is  quite  expensive,  heavy  to  carry  around,  and  the 
focusing  lens  on  the  end  is  not  fastened  on  by  a  catch  in  a  slide  or  by 
some  other  safety  arrangement  such  as  could  easily  be  applied,  so  that 
it  is  only  a  question  of  time  before  the  lens  is  dropped  off  and  broken. 

Glasb-houbs  Needs 
In  a  glass  works  there  are  a  multitude  of  places  where  it  would  be 
desirable  to  have  temperature  control  in  the  melting  and  heatiiMS  proc- 
esses and  equipment  relating  to  combustion.  To  properly  equip  a  plant 
with  heat  indicators  or  recorders  at  every  point  where  this  knowledge 
would  be  of  value  to  the  operator  would  involve  prohibitive  expense  in 
the  present  stage  of  the  development  of  the  art  of  pyrometry.  Therefore 
only  the  most  important  locations  are  equipped.  If  an  instrument, 
like  the  Northrup  tin  pyrometer  for  example,  could  be  developed  at  a 
reasonable  cost  and  of  a  rugged  type  it  should  have  great  value  and  ex- 
tensive application  in  glass  works.    Large  numbers  of  the  graphite  ex- 
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pansion  type  pyrometeis  are  still  in  use,  aJthough  they  are  inaccurate, 
because  they  are  cheap,  rugged,  and  coavenient.  An  accurate  instru- 
ment combining  these  good  points  would  have  a  still  wider  field. 

Briefly,  the  need  of  glass  manufacturers,  as  we  see  it,  is  to  have  reli- 
able beat  gages  rather  than  refined  instruments.  It  is  customary  in 
machine  shop  practice  to  furnish  to  skilled  workmen  gages  and  fine  tools 
of  close  precision,  below  0.001  in.  Close-precision  instruments,  however, 
are  generally  confined  to  the  laboratories.  Our  plea  is,  therefore,  for 
pyrometer  development  along  similar  lines,  to  have  practical  apparatus 
for  the  skilled,  non-technical  craftsman  to  handle  and  use;  to  have 
pyrometer  production  for  the  trade  become  a  utility  industry  producing 
articles  that  are  boi^ht  by  the  consumer  principally  on  the  basis  of 
quality  or  efficiency  for  the  price  and  without  thought  of  their  pleasing 
his  taste  or  fancy.  They  should  be  judged  solely  on  the  basis  of  per- 
formance in  proportion  to  price.  What  mechanical  principles  are  em- 
ployed and  whether  the  designs  are  pleasii^  to  the  eye  should  not  be  the 
consideration  if  efficiency  is  predominant. 

In  brief,  we  feel  that  if  pyrometer  equipment  resulted  from  the  same 
intensive  organized  industrial  methods  that  produce  typewriters,  adding 
machines,  time  clocks,  and  other  modern  office  and  factory  apphances, 
there  woiild  be  a  widely  increased  usage  of  applied  pyrometry,  improve- 
ment in  design,  and  much  reduced  cost  due  to  improved  standardized 
production  and  distribution  methods.  The*quality,  accuracy,  and  pre- 
cision of  special,  more  refined  pyrometers  for  scientific  work  would  also 
benefit  from  standardization  of  the  utilitarian  types. 


D.qit.zeaOvGoOt^lc 


PTBOUETSr  IN  THE  UANUFACT0RE  OF  CLAY  WARES 


Pyrcpmetty  in  the  Manufacture  of  Clay  Wares 

BT  r.  K.  PENCE,*  B.  A.,   CBB.   B.,   ZANB3VILLE,  OHIO 
(Chloiao  MmUd(,  Saptwnbv,  1019) 

The  reduction  of  the  firing  of  day  wares  to  a  science  has  been  one  of 
the  most  difficult  problems  of  modern  ceramic  engineering.  The  number 
of  factors  involved  in  the  treatment  of  these  wares  has  been  such  a  com- 
phcated  composite  of  the  chemical  and  the  physical  properties  that, 
according  to  the  old  practice,  results  depended  rather  on  the  art  of  the 
operator  than  on  any  scientific  data  available. 

The  combined  infiuence  of  the  chemical  and  physical  properties  of 
clay  minerals  renders  it  difficult  to  apply  the  data  obtained  in  one  opera- 
tion to  the  forecasting  of  details  to  be  apphed  in  another. 

In  maturing  clay-ware  bodies  by  the  application  of  heat,  the  chemical 
reactions  involved  are,  in  general,  incomplete.  The  object  frequently 
is  to  secure  a  certain  physical  quality,  as  density,  color,  or  strength, 
rather  than  any  particular  chemical  composition  or  development.  This 
is  more  generally  true  of  the  so-called  crude  clay  products.  In  the  case  of 
certain  more  high-grade  wares,  as  the  porcelains,  it  is  necessary  to  reach 
the  temperature  required  to  bring  about  a  certain  molecular  develop- 
ment or  crystalline  structure;  but  even  here,  time  and  temperature  are 
at  work  and  must  be  considered  jointly. 

The  conditions  attending  the  firing  of  clay  wares  has  led  to  the  use  of 
certain  devices  in  the  measurement  of  the  progress  of  the  firing  process 
whereby  the  influence  of  the  various  burning  factors  on  the  clay  composi- 
tion under  fire  is  indicated.  In  the  simplest  appUcation  of  this  practice, 
samples  of  the  ware  itself  are  so  placed  as  to  be  drawn  for  observation  at 
various  intervals  durii^  the  bum.  Although  the  appearance  is  affected 
by  the  quick  cooling  treatment,  by  experience,  this  practice  is  successfully 
used,  particularly  in  the  brick  industry.  The  settle  of  the  settingof  brick, 
as  measured  from  the  top  of  the  kiln  may  also  serve  as  a  guide  in  the 
Grii^  operation.  Another  example  is  found  in  the  stoneware  industry, 
where  the  practice  of  arranging  test  pieces  made  of  the  same  composition 
as  the  ware,  including  the  glaze  coating,  is  of  assistance,  particularly  as 
the  appearance  of  the  slip  glaze  in  fusion  gives  a  fairly  definite  end  point. 


'Production  Superintendent  and  Ceramic  Engineer,  American  Encaustic  Til- 
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Thifl  p3rrometric  principle,  ia  which  there  ia  indicated  the  influence  of 
temperature  treatment  rather  than  absolute  temperature,  has  its  most 
general  application  in  the  use  of  shrinkage  disks  and  pyrometric  cones. 
The  shrinkage  disks  are  so  composed  as  to  parallel  in  their  action  the 
prc^ess  of  the  maturing  processes  in  the  ware;  in  this  way  their  field  is 
more  limited  than  that  of  the  pyrometric  cones.  In  the  latter  case,  the 
slender,  pointed,  triangular-shaped  pieces  are  composed,  in  general, 
of  mineral  composition  similar  to  that  of  clay  bodies  or  glazes  maturing 
at  the  same  temperature  at  which  the  cone  fuses.  The  cones  are  made 
in  a  series  of  succeeding  numbers  with  an  approximate  temperature 
difference  of  20°  C.  between  the  fusion  point  of  succeeding  cones.  By 
iising  numbers  of  the  series  covering  the  maturing  temperatures  of  a 
given  ware,  the  end  point  in  the  firing  of  the  ware  can  be  established. 
A  convenient  practice  is  to  use  both  shrinkage  disks  and  pyrometric 
cones,  in  which  the  former  serve  as  .a  guide  during  the  earlier  stages 
of  the  firing  and  the  latter  afford  a  more  dehcate  indication  of  the 
conditions  near  or  at  the  temperature  of  maturity.  In  all  these  opera- 
tions, there  must  be  a  preliminary  study  in  which  the  relation  between 
the  action  of  the  clay  ware  and  the  action  of  the  pyrometric  indicator  has 
been  established.  This  relation  then  serves  as  a  guide  to  succeeding 
operations. 

This  principle  is  fundamental  in  the  apphcation  of  devices  measuring 
absolute  temperatures  in  the  manufacture  of  clay  wares.  The  electrical 
pyrometer,  with  accessory  recorders,  affords  a  means  of  obtainit^  time- 
temperature  curves,  showing  heat  development  at  all  stages  of  the  burning 
process.  By  determining  through  preliminary  research,  the  time- 
temperature  curve  suited  to  a  given  ware,  a  convenient  guide  is  f^orded. 
Some  difficulty  is  encountered  in  locating  the  metal  couple  at  desired 
points  in  the  kiln,  particularly  in  the  case  oi  large  kiln  installations. 
The  expense  of  first  cost  and  upkeep  in  equipping  the  ordinary  periodic 
kiln  with  couples  at  all  points  where  heat  observations  are  desired  is  also 
a  deterring  factor.  In  the  case  of  the  continuous  tunnel  kiln,  a  series  of 
metal  couples  at  proper  intervals  is  of  distinct  service  in  controlling  a 
temperature  level  under  conditions  where  slight  influences  produce  rapid 
changes. 

Modem  developments  in  the  optical  pyrometer  have  brot^ht  it  to  a 
state  of  accuracy  which  makes  it  a  valuable  addition  to  pyrometric 
equipment.  It  is  particularly  serviceable  in  the  wide  distribution  of 
temperature  readings  that  may  be  obtained.  Its  application  in  the  use 
of  research  furnaces  and  of  high-temperature  installations  is  especially 
convenient. 

In  practically  all  cases,  however,  in-  which  absolute  or  approximate 
temperatures  are  measured  by  means  of  metal-couple  (electrical)  or 
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Optical  pyrometers,  the  use  of  shrinkage  disks,  pyrometric  cones,  or 
similar  devices  is  also  recommended.  In  this  way,  influences  other  than 
absolute  temperature  may  be  noted  and,  in  general,  a  more  convenient 
means  of  obtaining  a  record  from  all  parts  of  the  kiln  contents  afforded. 
It  must  be  remembered,  however,  that  for  each  type  of  clay  ware,  or 
wares  of  the  same  type  where  aise,  shape,  or  physical  property  is  markedly 
changed,  a  preliminary  study  must  be  made  to  determine  the  relation 
between  the  action  of  the  ware  and  the  record  of  the  pyrometer  or  com- 
bination of  pyrometers  used. 
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ApplicatiOD  of  Pyrometry  to  the  Ceramic  Industries 

BT  C.  B.   THWINO,*  PH.    D.,   PBlLADElfHIA,  PA. 

(Chi<«ao  MmUqc.  8«f»lsmb«r.  tSlB) 

It  ifi  likely  that  among  most  races,  owing  to  the  ease  of  finding  and 
working  clay,  the  making  of  clay  utenails  was  learned  earher  than  the 
molding  of  metal  implements.  The  ancieota  made  good  potteiy  and 
durable  brick  in  kilns  that  wasted  fully  one-half  the  heat  and  spoiled 
fully  one-fourth  of  the  ware;  and,  taking  the  clayworking  industry 
as  a  whole,  we  are  doing  the  same  today. 

The  chemical  and  physical  changes  involved  in  the  burning  of  clay 
are  so  many  and  vary  so  much  with  the  composition  of  the  clay  that  it  is 
not  surprising  that  the  rule-of-thumb  methods  so  commonly  employed 
fail  to  give  unifona  results.  In  its  passage  from  plastic  clay  to  the 
vitreous  or  stonelike  character  the  mingled  minerals  and  accidental 
organic  impurities  of  which  the  clay  is  blended  must  pass  through  four 
stages,  the  second  and  third  usually  overlapping  and  the  fourth  often 
beginning  before  the  third  is  complete.  These  stages  in  their  order  with 
the  rising  temperature  are  drying,  dehydration,  oxidation,  vitrification. 

In  the  first  part  of  the  drying  stage,  usually  accomplished  in  part 
outside  the  kiln,  the  water  mixed  with  clay  is  dried  out  at  temperatures 
not  much  exceeding  the  boiling  point  of  water.  In  the  later  part  of  this 
stage,  within  the  kiln,  the  hygroscopic  water  absorbed  from  the  air  is 
expelled  at  somewhat  higher  temperatures,  this  stage  being  known  as 
wateramoking.  Some  clays  are  very  sensitive  to  temperature  during 
the  drying  stage  and  if  the  temperature  exceeds  100°,  the  ware  becomes 
checked.    Other  clays  may  be  dried  more  rapidly  without  danger. 

In  down-draft  kilns,  the  draft  is  sUgbt  during  the  wateramoking 
stage  and  the  water  driven  off  from  the  top  rows  condenses  on  the  ware 
in  the  bottom  of  the  kiln,  with  the  result  that  high  temperatures  are 
likely  to  be  reached  at  the  top  of  the  kiln  before  the  bottom  is  fully  dry. 
The  lag  in  temperature '  of  the  bottom  persists  to  the  second  stage  in 
spite  of  the  better  draft  then  prevuhng. 

In  the  second  stage,  the  water  of  crystallization,  or  so-called  "chemical 
water,"  is  set  free  at  a  temperature  of  about  600°  C.  The  liberation  and 
evaporation  of  this  chemical  water  requires  much  heat,  the  result  for- 
tunately being  that  the  temperature  advances  but  httle  even  if  the  firing 
is  continued  uniformly. 

During  the  third  stage  the  organic  matter,  carbon  chiefly,  is  oxidised. 
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The  amount  of  carbon  may  vary  from  )^^  to  6  per  cent.  With  clays  high 
in  carbon,  coneiderable  time  is  required  to  complete  the  oxidation;  es- 
pecially if  much  iron  in  the  form  of  ferrous  oxide  is  present,  since  the 
latter  takes  oxygen  to  convert  it  to  the  ferric  state,  which  imparts  the  red 
color  to  red  brick  and  terra  cotta. 

If  care  is  not  taken  to  admit  enough  air  and  to  keep  the  temperature 
belov  SOC  C.  until  the  second  and  third  stages  are  complete,  weak  and 
porous  ware  will  result,  due  to  the  explosive  action  of  the  steam  and 
carbonic  gas  formed  within  the  ware.  More  ware  is  ruined  or  damaged 
at  this  stage  than  during  all  of  the  rest  of  the  burn  combined. 

During  the  fourth  and  last  stage  of  burning,  the  ware  shrinks  in 
volume.  Part  of  it  becomes  vitrified  and  binds  the  unvltrified  particles 
together  to  give  the  hardness  and  strength  desired.  At  this  stage  also 
occur  the  changes,  such  as  oxidation  of  iron,  which  determine  the  color 
of  the  finished  product. 

The  first  to  attempt  to  measure  the  temperatures  in  ceramic  kilns 
was  Josiah  Wedgewood,  the  famous  English  potter.  He  inserted  blocks 
of  standard  dimensions  in  the  kiln  and  withdrew  them  at  intervab,  after 
the  beginning  d  shrinkage,  and  measured  their  length.  The  method  has 
been  revived  in  recent  years,  the  specimens,  however,  being  in  the  form  of 
rii^.  Seger's  pyrometric  cones  were  an  attempt  to  use  the  principle  of 
observing  the  effect  of  heat  on  material  similar  to  that  being  burned  and 
to  extend  the  range  of  temperature  measured.  The  cones  are  designed 
to  cover  intervals  of  30°  C  but  cannot,  of  coiu^e,  be  said  to  indicate  tem- 
perature as  closely  as  30°  C,  as  the  softening  point  is  a  function  not  only 
of  the  temperature  but  also  of  the  time  and,  in  the  case  of  the  lower 
numbers  in  particular,  of  the  nature  of  the  kiln  gases.  An  advantage 
of  the  method  is  that  it  permits  taking  comparative  indications  at 
several  places  in  the  kiln  at  small  expense  and  that  some  of  the  locations 
may  be  near  the  center  of  the  kiln,  where  it  is  not  practicable  to  measure 
the  higher  temperatures  with  thermocouples. 

A  third  method  of  roughly  measuring  the  temperature  is  that  of 
withdrawing  samples  of  the  ware  itself  and  observing  its  appearance. 

A  fourth  method,  often  used  where  brick  of  standard  size  are  burned, 
is  to  judge  when  the  kiln  is  finished  by  the  "  settle, "  or  measured  shrink- 
t^e,  of  the  entire  mass  in  the  kiln. 

All  of  the  methods  named  are  useful  but  they  give  no  indications  dur- 
ing the  earlier  part  of  the  burn,  when  damage  is  most  hkely  to  be  done; 
they  cover,  at  the  best,  only  a  few  temperatures;  and  they  take  no  ac- 
count ol  falling  temperatures  and  give  no  clue  to  the  duration  of  time 
at  which  any  temperature  attained  was  carried.  What  is  required  is  a 
device  that  will  give  a  graphic  time-temperature  chart  of  the  tempera- 
ture of  two  or  more  points  in  the  kiln  over  the  entire  period  of  the  burn. 
Such  a  record  makes  it  possible  to  establish  a  standard  ciure,  and  by 
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following  such  a  curve,  at  the  same  time  observing  proper  condition  as 
to  oxidizing  or  reducing  atmosphere,  etc.,  men  of  ordinary  intelligence 
can  burn  ware  of  uniform  quality  even  though  they  have  had  httle  firing 
experience. 

It  is  now  possible  to  equip  any  ceramic  plant  with  pyrometers  to  give 
accurate  records  meeting  the  requirements  described  at  a  cost  that  is 
soon  repaid  in  improved  quality  of  ware  and  enormous  saving  in  fuel. 
Such  time-temperature  records  result  in  more  intelligent  as  well  as  more 
faithful  service  on  the  part  of  the  burner,  while  giving  at  the  same  time 
to  the  head  burner,  ceramist,  or  BUperintendent,  full  information  on  which 
to  base  changes  in  practice,  with  a  view  to  further  improvement  in 
operation. 

At  present  most  ware  is  burned  in  periodic  kilns  of  the  down-draft 
type,  in  which  the  hot  furnace  gases  enter  from  the  ^des  of  the  kiln, 
rise  to  or  toward  the  top,  and  escape  by  openings  at  the  bottom  through 
ducts  to  the  stack.  This  method  of  burning  is  being  superseded  by 
continuous  tunnel  kilns  of  various  types,  differing  in  details,  but  alike  in 
general  method.  The  tunnel  kiln  provides  a  long  kiln  of  small  cross- 
section,  divided  into  a  series  of  zones,  in  which  the  temperature  increases 
to  a  maximum  and  then  diminishes  toward  the  exit  end,  through  which 
small  loads  of  ware  are  passed  at  a  suitable  rate.  The  circulation  of  hot 
gases  is  in  the  direction  opposite  to  the  direction  of  fiow  of  the  material 
through  the  kiln.  The  gas  and  air  for  combustion  enter  over  the  cooling 
ware  and  so,  being  heated  to  the  combustion  point  on  reaching  the  hot 
zone,  the  products  of  combustion  serve  to  heat  the  entering  stream  of 
ware  at  any  desired  rate  of  increase,  determined  by  the  length  of  the  kiln. 

The  control  of  temperatures  by  pyrometers  is  much  easier  in  the 
continuous  kiln  than  in  the  intermittent  kiln,  since,  owing  to  the  dimen- 
sions  and  shape  of  the  kiln,  the  ware  need  never  be  far  distant  from  a 
pyrometer  during  its  passage  through  the  kiln.  In  continuous  kilns,  it 
is  advisable  to  record  the  temperatures  at  six  points  in  the  kiln,  while  the 
same  number  of  additional  couples  are  connected  to  an  indicating 
pyrometer.  In  a  round  down-draft  kiln,  at  least  one  point  in  the  crown 
and  one  point  near  the  bottom  should  be  recorded;  while  in  a  rectangular 
kiln,  top  and  bottom  temperatures  should  be  recorded  near  each  end  of 
the  kiln.  It  is  desirable  to  have  the  top  and  bottom  temperatures  re- 
corded on  the  same  galvanometer  for  easy  comparison,  while  on  the 
rectangular  kiln  a  chart  having  two  sections,  each  showing  the  two 
records  at  one  end  of  the  kiln,  is  a  convenient  arrangement. 

For  temperatures  not  exceeding  1200"  C.  (2200°  F).  good  base-metal 
couples,  properly  protected  in  high-grade  porcelain  tubes,  have  proved 
entirely  adequate;  for  higher  temperatures,  platinum  couples  must  be 
used.  For  the  ranges  where  they  are  available,  base-metal  couples  are 
preferable  because  of  their  greater  ruggedness  and  low  cost  and  because 
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they  generate  three  times  as  much  current  as  platinum  at  the  same  tem- 
perature, thus  making  possible  the  use  of  more  rugged  galvanometers 
in  the  recorders. 

While  the  use  of  pyrometers  for  controlling  the  burning  of  clay  ware 
ought  to  become  universal,  pyrometers  plus  fire  will  not  bum  good  ware; 
fire  suitably  controlled  by  means  of  the  information  furnished  by  pyrome- 
ters will  surely  do  the  work.  Pyrometers  will  unquestionably  furnish 
most  important  infonnatio;a,  which  will  be  valuable  just  in  proportion 
as  it  is  studied  and  applied  to  the  problem  in  hand.  I  am  a  firm  believer 
in  putting  all  of  the  infonnatioD  given  by  the  pyrometer  at  the  disposal 
of  the  burner.  It  is  usually  easy  to  locate  the  recorder  where  the  burner 
can  follow  the  record.  A  glance  at  the  chart  tells  him  not  only  the  tem- 
perature at  the  moment  but  also  the  trend  of  temperature  change  in  a 
way  that  no  number  of  observations  read  from  an  indicator  can  do. 
When  the  records  are  made  acc^sible  to  the  burners,  they  will  inevitably 
vie  with  one  another  in  making  the  best  possible  chart. 

Where  waste  heat  from  the  kilns  is  used  for  drjdng  the  ware  it  is 
very  desirable  to  record  the  temperature  in  the  drying  tunnels,  especially 
if  the  clay  is  sensitive  to  drying  conditions.  Multiple-record  recorders 
of  the  base-metal  thermocouple  type  make  it  possible  to  obtain  such 
records  in  compact  form  at  a  moderate  outlay. 

DISCUSSION 

Francis  T.  Owens,*  Watsontown,  Pa.  (written  discussionf ). — In  the 
second  paragraph,  Dr.  Thwing  mentions  the  various  stages  through  which 
clay  ware  must  pass  but  he  does  not  analyze  the  third  stage,  oxidation, 
sufficiently.  There  are  two  elements  to  dispose  of  in  a  great  many  of  the 
shales  that  must  be  burned;  these  elements  are  carbon  and  sulfur.  Dr. 
Thwing  speaks  of  the  carbon,  but  intimates  that  it  is  safe  to  have  a 
temperature  of  800°  C,  which  we  find  to  be  rather  dangerous  on  a  great 
many  shales.  With  one  shale  that  we  handle,  we  cannot  go  above 
535°  C.  until  we  have  passed  this  particular  stage.  At  800°  C.  the  sulfur 
will  begin  to  pass  o£F  and  it  is  very  necessary  that  plenty  of  air  be  ad- 
mit'ted  at  this  time  and  a  very  even  temperature  maintained.  I  realize 
fully  that  this  paper  is  not  meant  to  be  much  more  than  a  suggestion  in 
the  use  of  pyrometers  in  burning  of  clay  wares,  but  lest  some  one  be  led 
astray,  I  call  attention  to  the  above  results  of  our  practice. 

Our  experience  with  cones  is  that  if  a  cone  is  brought  to  a  temperature 
near  its  fusion  point  and  is  then  allowed  to  cool  off  80"  to  100°  F.,  the  cone 
will  show  an  error  of  from  30°  to  100°  in  its  fusion  point.  We  have  not 
discovered  just  why  this  is,  but  have  had  this  experience  in  two  or  three 

•  Factory  Manager,  Fiake  &  Co.,  Inc.  f  Received  Sept.  18,  Ifllfl. 
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iDBtances.  For  that  reason,  Cones  are  not  a  sure  guide  and,  while  we 
use  them,  we  would  not  think  of  attempting  to  bum  a  kiln  without 
pyrometers. 

Dr.  Thwing  speaks  of  the  necessity  for  study  of  the  information  ob- 
tained when  using  pyrometers;  this  is  one  of  the  points  that  should  be 
emphasized  greatly.  It  is  not  enough  to  have  records  to  look  at,  the 
.  heat  records  of  each  kiln  should  be  traced  on  crose-section  paper.  A 
study  of  the  records  will  soon  show  that  no  two  kilns  act  in  exactly  the 
same  way.  Charts  should  be  drawn  of  those  burns  showing  the  best 
results,  then  a  composite  chart  should  be  made  from  these  various  charts; 
in  this  way  a  burning  guide  that  will  insure  good  results  throughout  the 
entire  burning  plant  may  be  obtained. 

The  writer  strongly  advises  the  use  of  a  recording  pyrometer  both  at 
the  hot  end  and  the  cold  end  of  the  dryer.  We  have  found  that  where 
wares  are  difficult  to  dry,  the  trouble  is  due  chiefly  to  conditions  in  the 
dryer  that  we  were  not  aware  of  until  we  began  to  make  records  for  the 
entire  24  hr.  A  recording  mercury  thermometer  will  do  the  work  nicely 
in  a  dryer,  but,  as  every  one  understands,  is  not  adapted  for  kilns. 

R.  C.  Pdrdy,  Worcester,  Mass. — The  Norton  Co.  has  86  periodic 
kilns,  hence  considerable  experience  with  pyrometry  and  other  methods 
of  control.  Better  regulation  has  been  obtained  since  pyrometers  have 
been  installed  for  the  control  of  every  kiln.  There  are  three  central 
stations  in  which  twelve-point  and  six-point  recorders  are  placed.  Be- 
fore these  pyrometers  were  installed,  Seger  pyrometric  cones  were  the 
sole  means  of  judging  the  rate  of  increase  in  temperature.  There  was 
no  way  of  telling  how  the  burning  had  progressed  in  the  initial  st^es; 
there  was  nothing  on  which  to  base  changes  in  procedure;  and  there  was 
no  control  over  the  men  who  fired  the  kilns.  The  men  were  easily 
trained  to  follow-  a  desired  time-and-temperature  curve.  The  firemen 
now  plot  on  a  small  codrdinate  chart,  independent  of  the  automatic 
record  in  the  recorder,  on  which  chart  is  recorded  all  other  data  of  the 
bum  so  that  when  the  kiln  is  finished  the  entire  record  is  on  one  sheet 
or  chart.  Besides  this  permanent  complete  record  of  each  kiln  firing, 
the  pyrometers  have  proved  very  valuable  in  transferring  the  kiln  con- 
trol from  the  shop  man,  without  records,  to  the  laboratories,  where  com- 
plete records  are  used  as  a  basis  for  instructions  and  rules. 

It  is  important  to  control  the  time-temperature  treatment  of  a  kiln 
throughout  the  entire  bum.  Some  of  the  kilns  are  8  ft.  in  diameter, 
others  15,  18,  and  20  ft.,  and  each  has  its  own  rate  of  heat  treatment  and 
maximum  temperature.  All  kilns  are  finished  to  the  same  Seger  cone, 
but  with  cones  exactly  alike  the  temperature  recorded  will  vary  widely, 
dependent  on  size  of  the  Idln.  Fundamentally,  the  cause  of  differences 
in  temperatures  with  the  same  cone  indication  is  the  difference  in  rate 
of  heat  treatment  necessitated  by  difference  in  size  of  kiln. 
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A  grinding  wheel,  to  the  uninitiated,  appears  as  a  rough  lookiDg  thing 
in  the  burning  of  wliich  almoBt  any  degree  of  heat  treatment  would 
suffice.  Ab  a  matter  of  fact,  our  heat-treatment  specifications  are  close. 
We  must  produce  an  exact  grade  of  toughness  or  hardness,  denoted  by 
the  penetration  of  a  tool.  We  have  learned  by  practice  the  time-temper- 
ature treatment  that  is  best  for  each  size  of  kiln,  a  knowledge  we  did  not 
have  before  the  installation  of  recording  pyrometers. 

The  burning  of  ceramic  ware  is  a  heat-treatment  proposition  and  is 
affected  by  both  time  and  temperature.  No  clay  ware  is  absolutely 
homogeneous.  It  is  composed  of  sizable  particles  of  different  minerals. 
The  size  of  particles,  or  the  surface  exposed  by  the  fluxing  mediums  in 
the  ceramic  ware,  determines  the  rate  at  which  fusion  will  progress. 
Fusion  of  clay  ware  is  a  progressive  reaction  and  generally  that  progress 
increases  in  rate  as  the  temperature  increases.  It  is  the  rate  of  fusiop 
that  determines  the  character  of  the  ware.  Pyrometry  people  often 
foi^t  that.  They  seem  to  think  it  is  sufficient  if  we  have  a  measured 
temperature.  We  must  have  a  time-temperature  treatment  for  which 
the  cones  are  absolutely  necessary,  as  they  are  the  only  available  means 
of  control  that  positively  measures  the  total  effect  of  heat  treatment. 
We  finish  the  kilns  by  the  cones,  bringing  the  cones  to  the  specified 
stage  of  deformation  by  holding  the  kiln  at  a  specified  maximum  temp- 
erature. The  burning  is  carried  on  at  a  specified  time-temperature  rate 
until  a  specified  temperature  is  obtained.  The  kiln  ia  then  held  at  that 
temperature  until  the  cones  show  that  the  kiln  has  had  the  desired  beat 
treatment.  Cones  show  by  their  deformation  a  given  intensity  of  heat 
treatment  which  cannot  be  measured,  even  approximately,  by  a  tem- 
perature recorder.  The  pyrometei^  are  valuable  tools  when  the  data 
obtained  from  them  are  used  with  an  understanding  of  their  Umitations 
in  a  given  case.  For  ceramic  ware,  the  Seger  pyrometric  cones  are  the 
best  tools  we  have  for  determining  when  sufficient  heat  treatment  has 
been  given. 
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Pyrometry  in  Rotaiy  Porttand  Cement  Kilns 

BT  LEO  I.  DANA,*  B.  8.,  AKD  C.  O.  rAIRCHILD.t  B.  S.,  WABHINOTON,  D.  C. 
<ChiucD  Mestlnc.  Seplcmber.  IBIS) 

Ab  a  part  of  an  investigation  conducted  by  the  Cement  Section  of  the 
Bureau  of  Standards,  at  the  plant  of  the  Security  Cement  Jk  Lime  Co., 
Security,  Md.,  the  High-temperature  Measurementa  Section  was  called 
upon  to  measure  temperatures  in  a  dry-process,  coal-burning  kiln.  Al- 
though  the  measurements  were  made  only  under  the  conditions  existing 
in  one  plant,  the  methods  employed  and  the  conclusions  drawn  apply, 
in  a  general  way,  to  those  existing  in  most  plants.  As  far  as  we  have  been 
able  to  learn,  no  sufficiently  thorough  methods  of  making  accurate 
pyrometric  measurements  in  the  sintering  zone  and  in  the  rear  end  of 
rotary  cement  kilns  have  been  described.  It  is  beheved  that  in  this 
investigation,  data  were  obtained  that  can  serve  as  a  foundation  for 
further  study  of  the  problems  of  pyrometry  in  cement  Idlns. 

lUFORTANCE   OP  TeUPBRATUBE    MeABUREUENTB   IN 

Rotary  Cement  Kilns 

The  manufacture  of  Portland  cement  is  today  fairly  well  standardized. 
The  various  steps  in  the  manufacture  have  been  developed  to  such  an 
extent  that  the  process  is  almost  automatic.  In  spite  of  these  strides  the 
efficiency  of  utihzalion  of  heat  in  the  kiln  is  very  low  and  an  undue  pro- 
portion is  wastedi  for  example,  about  50  per  cent,  ordinarily  goes  up  the 
stack.  In  order  to  prevent  these  losses,  not  only  should  means  be  pro- 
vided to  utihze  the  waste  heat  but  instruments,  such  as  pyrometers,  should 
be  installed  to  study  and  control  the  operation  with  the  view  of  minimix- 
ing  the  losses.  At  the  same  time  such  control  will  produce  a  more 
uniform  product.  The  saving  in  fuel  that  may  be  effected  by  the  proper 
use  of  pyrometers  would  be  much  more  than  their  cost.  Where  these 
pyrometers  should  be  installed  and  what  they  can  show  are  very  briefly 
indicated  in  the  following  paragraphs  and  discussed  in  greater  det^ 
later. 

The  problem  of  temperature  measurements  in  rotary  cement  kilns 
may  be  divided  into  two  parts:  Temperatures  in  the  sintering  aone  and 
temperatures  at  the  rear  end  of  the  kiln  and  in  the  stack.    A  knowledge 

*  Aniatant  Physicist,  U.  S.  Bureau  of  SUadarda. 
t  Associate  Fhyaidat,  U.  8.  Bureau  of  Standards. 
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of  the  temperature  io  the  clinkering  zoDe  can  aerve  to  indicate  the  uni- 
formity  with  which  the  clinker  ia  being  burned.  Of  greater  importance, 
however,  is  the  determination  of  the  burning  temperature,  required  by 
mixes  of  various  chemical  compoeitions. 

Temperature  meaaurementa  in  the  rear  end  of  the  Idln  are  useful 
as  a  general  pyrometric  control  of  kiln  operation.  Records  of  these 
temperatures  can  ahow  whether  the  fuel  is  burning  properly  and  record 
certain  abnormaliti^  of  kiln  operation  such  as  the  stopping  of  the  kiln  and 
the  fuel,  the  occurrence  of  "rings,"  and  the  "flooding"  of  fuel.  A^ 
pyrometer  in  the  stack,  in  addition  to  following,  in  a  general  way,  the 
temperature  variations  indicated  by  a  couple  in  the  rear  end,  can  ahow 
the  re^larity  of  the  draft  and  whether  the  temperature  of  the  gasea  is 
proper  for  treater  dust  precipitators  or  waste-heat  boilers. 

The  meaaurement  of  temperatures  in  the  clinkering  eone  is  the  more 
difficult  problem  and  has  hitherto  been  seldom  attempted;  in  order  to 
measure  these  temperatures  some  form  of  optical  or  radiation  pyrometer  is 
necessary.  To  measure  the  temperatures  in  the  rear  end,  however,  is 
simpler  and  can  be  accomphshed  with  base-metal  thermocouples. 

Temfbratures  in  the  Clinserinq  Zokb 
General  CormderaHona. — Investigations  conducted  by  the  GeophjnB- 
ical  Laboratory,  of  Washington,  have  shown  that  with  the  proper  pro- 
portions of  Ume,  alumina,  and  siUca  of  the  highest  purity,  a  temperature 
of  1650°  C.  for  a  sufficient  length  of  time  is  required  for  the  complete 
burning  of  a  perfectly  burned  Portland  cement.  The  resulting  clinker 
consists  of  three  compounds,  dicalcium  silicate,  tricalcium  sihcate,  and 
tricalcium  aluminate,  all  of  which  are  cementing  constituents.  Of  the 
three,  tricalcium  sihcate  is  the  most  active  and  important.  At  1335°  C, 
however,  a  flux,  which  ie  a  molten  eutectic,  bef^ns  to  form;  this  flux 
promotes  the  formation  of  the  above-mentioned  cementing  constituenta. 
As  the  temperature  ia  raiaed  above  1335°  C,  the  amount  of  the  three 
compounda  increaaea,  particularly  the  tricalcium  sihcate,  until  they  are 
completely  formed  at  1650°  C. 

These  statements  hold  for  materials  of  the  highest  purity.  In  the 
case  of  commercial  Portland  cement,  which,  in  addition  to  the  lime, 
alumina,  and  silica,  contains  impurities  such  as  the  oxides  of  iron,  mag- 
nesium, sodium,  potaasium,  and  aulfur,  the  temperature  for  complete 
burning  haa  been  found  to  be  considerably  lower  than  1650°  C 

Temperature  measurements  for  two  days  in  the  kiln  investigated 
by  this  Bureau  gave  an  average  burning  temperature  of  1380°  C.  for  a 
clinker  of  the  following  average  composition.' 

1  O.  A.  Rankin:  Portland  Cement.     Jnl.  Fr&nk.  luat  (1916)  181,  776.  . 
*  We  are  indebted  to  Mr.  H.  A.  Bright  of  the  ChemUtiy  Dmaion  of  this  Bureau 
for  the  analysis. 
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CaO 61.80 

AliO. 6.67 

SiO, 23.64 

MgO 3,00 

Pe,0, 3.01 

AlkftUeo 1.33 

SO. 0.50 

Ignitioii  loBS 0.05 

Thus  the  total  impurities  amounted  to  about  7.9  per  cent.  Rankin 
states  that  a  cement  containing  6.7  per  cent,  impurities  required  a  burning 
temperature  of  1425°  C.  This  means,  in  the  case  of  the  first-mentioned 
choker,  that  the  temperature  at  which  the  flux  begins  to  form  muBt  be 
considerably  lower  than  1380°  C,  probably  around  1100°  C;  thus  because 
of  the  presence  of  impurities,  the  burning  temperatures  of  commercial  raw 
mixes  are  considerably  lower  than  those  of  materials  of  the  highest  purity. 
In  addition,  it  has  been  shown  that  the  same  cementing  compounds  are 
formed  in  the  commercial  clinker  in  approximately  the  same  proportions 
as  occur  in  pure  clinker,  even  though  the  commercial  clinker  has  been 
burned  at  a  considerably  lower  temperature.  The  burning  temperature 
of  a  commercial  Portland  cement  is  widely  varied  by  its  composition;  to 
what  extent  each  impurity  affects  the  burning  tem  ^rature  has  not  yet 
been  determined. 

Possible  Methods. — ^In  rotary  cement  kilns,  there  is  a  zone  of  high 
temperature  beginning  a  few  feet  from  the  end  at  which  the  fuel  is  burned 
and  extending  for  10  to  20  ft.  (3  to  6  m.)  (the  dimensions  of  a  kiln  being 
125  by  8  ft.).  The  average  temperature  in  this  zone  is  supposed  to  be 
that  necessary  to  sinter  or  burn  the  clinker.  As  a  rule  there  undoubtedly 
is  a  small  temperature  gradient  in  this  zone.  The  temperatures  one 
may  encounter  in  commercial  practice  range  from  about  1200°  to  1500°  C. 

Two  types  of  pyrometers  can  be  used,  thermoelectric  and  radiation 
or  optical  pyrometers.  In  the  case  of  thermoelectric  pyrometers,  a  long 
couple  may  be  pushed  in  through  a  hole  in  the  end  of  the  kiln  to  the  center 
of  the  burning  zone.  Such  a  couple  would  have  to  be  made  of  platinum 
platinum-rhodium.  To  procure  the  required  refractory  protection  tube 
about  15  ft.  (4.5  m.)  in  length  would  be  very  difficult;  besides,  Buch  a 
cduple  would  measure  the  temperatures  of  the  hot  gases  and  not  of  the 
chnker.     This  method,  therefore,  is  hardly  feasible. 

A  method  that  has  been  suggested  is  the  installation  of  a  couple  in  a 
hole  bored  in  the  side  of  the  kiln  approximately  at  the  center  of  the  hot 
zone  and  flush  with  the  surface  of  the  Uning.  In  addition  to  the  problem 
of  a  proper  protection  tube  for  a  rare-metal  thermocouple  and  the  mechan- 
ical difficulties  of  taking  measurements  on  a  rotating  kiln,  there  is  great 
uncertainty  as  to  what  temperature  this  couple  would  measure.  It  is 
well  known  that  a  coating  of  varying  thickness  builds  up  on  the  refractory 
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lining  of  the  kilii  and  consequently  there  would  be  a  variable  temperature 
gradient  from  the  surface  of  the  coating  to  the  hot  junction  of  the 
thermocouple. 

The  only  means  that  at  present  give  promise  of  reasonable  accuracy 
are  the  optical  or  radiation  pyrometers.  Of  these  the  types  most  suitable 
are  the  Wanner  and  Morse  optical  pyrometers  and  the  Fery  and  Thwing 
radiation  pyromet^v.  The  indication  of  the  latter  departs  from  the 
true  temperatures  more  widely  than  does  the  indication  of  the  former 
due  to  the  high  absorption  of  infra-red  radiation  by  carbon  dioxide  and 
water  vapor.  The  Holbom  and  Kurlbaum  modification  of  the  Morse 
optical  pyrometer,  in  addition  to  allowing  the  observer  to  distinctly  see 
the  object  mghted  upon  while  measuring  its  temperature,  is  more  reliable, 
more  precise,  and  more  rapid  than  the  other  types.* 

The  work  of  this  Bureau  has  shown  that  accurate  temperature  meas- 
urements cannot  be  made  with  an  optical  pyrometer  in  a  rotary  kiln 
usii^  coal  as  fuel,  while  the  fuel  ia  burning  or  while  the  kiln  is  rotating, 
for  the  following  reasons:  Powdered-coal  (as  well  as  oil)  flames  possess 
very  great  intrinsic  brilliancy  and  by  sighting  through  the  flame  on  the 
lining  of  the  kiln  or  on  the  clinker  the  apparent  temperature  of  the  flame 
is  being  measured.  This  apparent  temperature  is  usually  considerably 
higher  than  the  true  temperature  of  the  clinker  and  is  much  the  same 
under  constant  coal  and  air  conditions  irrespective  of  the  temperature 
of  the  clinker.  If  one  sights  on  the  lining  or  on  the  clinker,  but  not 
through  the  flame,  an  error  is  introduced  by  the  reflection  of  light  from 
the  brilliant  flame.  That  is,  in  addition  to  light  received  from  the  hot 
lining  or  clinker,  reflection  from  the  latter  of  hght  from  the  brilliant 
flame  occurs.  Another  source  of  error  is  caused  by  the  cement  dust 
resulting  from  the  rotation  of  the  kiln,  the  unburned  coal  dust,  and  the 
ash  dust.  This  dust,  in  the  line  of  sight,  acts  as  an  absorption  screen 
and  reduces  the  intensity  of  the  light  reaching  the  pyrometer.  Errors 
arising  from  dust  and  flame  are  indeterminate  and  consequently  make 
accurate  temperature  measurements  impossible  while  the  fuel  is  burning 
and  the  kiln  is  rotating. 

Procedure  Recommended. — We  believe  it  to  be  necessary  to  stop  the 
flame  and  the  kiln  in  order  to  measure  the  temperature  in  the  hot  zone. 
It  may  also  be  found  advisable  to  cut  off  the  air  supply  to  prevent  the 
dust  blown  up  by  the  air  from  interfering  with  the  measurements. 
Because  of  the  air  currents  blowing  through  the  kiln  and  because  of 
radiaUon,  the  kiln  cools  rapidly  after  cutting  off  the  fuel  supply.  Since 
it  may  take  from  5  to  15  sec.  for  the  smoke  to  clear  sufficiently  to  allow 
measurements  to  be  taken  and  about  10  sec.  after  this  to  get  the  measure- 
ment, the  temperature  of  the  spot  sighted  upon  will  fall  appreciably. 

■  This  pyrometer  is  manufactured  in  thia  country  by  the  Leeds  ft  Northnip  Co., 
Philadelphia,  Pa. 
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Therefore,  the  temperature  of  the  kiln  caonot  be  estimated  by  a  sia^e 
meaeurement.  By  taking  a  serios  of  temperature-time  measurements, 
as  rapidly  as  possible,  the  temperature  of  the  kibi  at  the  stopping  of  the 
flame  can  be  estimated  with  a  fair  degree  of  accuracy  by  extrapolation  of 
the  temperature-time  curve,  as  described  in  more  detail  below. 

The  proper  spot  to  sight  upon  should  be  the  hottest  in  the  kiln,  which, 
as  a  rule,  will  be  found  in  the  center  of  the  sintering  Bone;  this  is  about 
8  to  10  ft.  (2.4  to  3  m.)  from  the  end  of  the  kiln.  The  proper  position  of 
the  sighting  spot  around  the  circumference  may  be  determined  by  the 
following  observations.  After  stopping  kiln,  coal,  and  air,  the 
dust  begins  to  clear  and  the  clinker  that  had  built  up  on  the  lower  right- 
hand  quadrant  of  the  kiln  (the  direction  of  rotation  being  anti-clockwise 
facing  the  kiln)  falls  in  shdes  for  about  2  or  3  sec.  About  10  sec.  (an 
average  value)  after  stopping  the  kiln  the  uppermost  layer  of  clinker  in 
the  quadrant  falls  over,  uncovering  the  hning.  The  thickness  of  the 
layer  that  falls  over  may  vary  from  about  6  to  12  in.  (16  to  30  cm.).  In 
all  the  measurements,  a  spot  on  the  lining  that  is  uncovered  by  the  falling 
of  the  clinker  should  be  sighted  upon  with  the  optical  pyrometer. 

The  alternative  of  sighting  on  the  surface  of  the  clinker  should  not  be 
employed,  for  the  following  reasons.  First,  it  has  been  found  by  experi- 
ment that  the  surface  of  the  lining  cools  more  slowly  than  the  surface  of 
the  clinker,  probably  because  the  former  is  smoother  and  slightly  lees 
exposed  than  the  latter.  Second,  the  surface  of  the  cooling  clinks 
represents  a  mottled  appearance,  which  makes  matching  of  the  pyrome- 
ter filament  gainst  this  surface  difficult.  Third,  the  lining  under  the 
thick  layer  of  clinker  (the  latter  falling  on  the  average  10  sec.  after  stop- 
ping the  kiln)  does  not  cool  appreciably  until  the  clinker  does  fall,  for 
the  only  way  it  can  cool  is  by  conduction  through  the  hot  lining  and 
bed  of  hot  clinker — and  this  coohng  is  relatively  slow.  The  surface  of 
the  clinker,  on  the  other  hand,  starts  to  cool  almost  immediately  after 
stopping  the  coal.  Thus,  as  far  as  the  cooling  of  the  uncovered  spot  of 
the  lining  is  concerned,  the  interval  from  the  stopping  of  the  kiln  and  the 
falling  of  the  clinker  layer  is  time  gained  in  measuring  the  temperature; 
that  is,  during  the  interval  most  of  the  dust  disappears  and  for  this 
interval  no  extrapolation  would  be  necessary.  Extrapolated  curves  of 
readings  taken  on  the  surface  of  the  clinker  and  on  the  surface  <A  the 
lining  show  that  the  temperatures  obtained  by  the  two  methods  are  in 
substantial  agreement;  but  those  readings  taken  on  the  lining  are  more 
reliable  because  the  slower  coohng  of  the  lining  and  the  interval  between 
stopping  the  kilo  and  the  falling  of  the  chnker  results  in  a  smaller  correc- 
tion being  necessary  from  the  extrapolation  of  the  temperature-time 
curve. 

The  pyrometer  should  be  kept  fixed  in  position.  The  direction  in 
which  it  is  sighted  will  depend  on  the  position  of  the  hole  in  the  front- 
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end  housing  of  the  kiln  and  the  distance  of  the  center  of  the  sintering 
Bone  from  the  end.  The  procedure  in  taking  the  measurements  may  be  as 
follows:  On  signal,  the  burner  throws  off  the  belt  feeding  the  coal  and 
stops  the  kiln  and  air  blast,  practically  aimultaneously.  At  the  instant 
of  shutting  off  the  coal,  a  stop  watch  is  started.  The  observer  notes  the 
instant  at  which  the  heavy  layer  of  cUnker  falls  and  the  assistant  records 
the  time.  As  soon  as  possible  after  the  clinker  falls,  the  observer  matches 
the  pyrometer  filament  agwnet  the  uncovered  spot  on  the  lining,  sighting 
near  the  layer  of  chnker;  the  assistant  records  the  time  and  the  current 
through  the  lamp.  Four  or  five  such  readings  are  made  as  rapidly  as 
possible,  the  usual  interval  between  each  reading  being  about  10  sec.  A 
signal  is  then  given  to  the  burner  to  start  the  kiln  and  the  time  of  starting 
may  be  noted. 

In  the  Biueau  investigation,  of  sixty-three  observations  of  the  time 
the  layer  of  the  clinker  fell  after  stopping  the  kiln,  the  mean  value  was  10 
sec.  with  an  average  deviation  of  3  sec.  The  average  time  of  stopping 
the  kiln  for  a  reading,  computed  from  104  measurements  was  1  min.  and 
20  sec.  The  kiln  was  stopped  for  a  measurement  every  }4  ^-i  which  it 
is  believed  is  a  satisfactory  interval. 

In  the  case  of  plants  burning  oil  as  fuel  we  believe  the  same  considera- 
tions as  outlined  above  should  hold.  In  those  burning  gas,  the  flame 
is  not  so  bright  and  does  not  emit  so  much  light;  at  any  rate,  the  kiln 
should  be  stopped  because  of  the  dust.  Thus,  probably  the  same  pro- 
cedure as  in  coal  plants  should  be  followed. 

Errors  in  MeasuTementa. — Even  though  the  lining  in  the  burning 
Kone  is  heated  fairly  uniformly  while  the  kiln  rotates,  there  probably  is  a 
slight  departure  from  black-body  conditions  due  to  rapid  cooling  after 
stopping  the  fuel  supply.  NeverthelesB  the  emiBsivity  of  the  surface  of  the 
lining  and  also  of  the  chnker,  is  high;  the  error  due  to  departure  from 
black-body  conditions  perhaps  does  not  amount  to  more  than  10°  C 
Thus,  while  the  absolute  values  of  the  temperature  readings  may  all  be 
10°  C.  too  low,  this  departure  is  very  probably  the  same  for  all  readings, 
and  the  comparison  of  the  readings,  which  is  the  most  important  object, 
is  not  affected  by  this  source  of  error. 

The  smallest  increment  of  temperature  that  can  easily  be  measured 
with  the  Leeds  &  Northrup  optical  pyrometer  in  its  industrial  form  is 
about  4°  C.  The  calibration  of  the  pyrometer,  with  reference  to  a  stand- 
ard optical  pyrometer,  may  generally  be  relied  upon  to  remain  good  to 
±  10°  C.  Including  the  possible  error  due  to  departure  from  black-body 
conditions,  it  is  believed  that  the  temperature  measurements,  consider- 
ing only  pyrometry  errors,  may  be  estimated  good  to  ±20°  C. 

The  fact  that  the  temperature-versus-time  curve  is  extrapolated  to 
estimate  the  temperature  of  the  kiln  is  not  regarded  as  introducing  any 
uncertainty  into  the  measurement,  but  rather  to  make  it  more  reliable 
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than  any  single  measurement.  On  account  of  the  rapidity  with  which 
the  matching  must  be  made,  a  single  measurement  might  be  in  error 
because  of  incorrect  matching.  These  errors  are  partly  eliminated  by 
drawing  the  temperature-time  curve  through  the  points.  Nevertheless, 
occasionally  it  is  impossible  to  see  the  clinker  fall  because  of  dust;  in 
such  cases  the  average  value  for  the  time  of  fall  of  the  clinker  counted 
from  the  iostant  of  stopping  the  coal  and  kiln,  may  be  assumed  and  the 
curve  extrapolated  for  this  averse  time.  In  these  instances,  as  well  as 
in  others  where  the  points  do  not  fall  very  well  on  a  straight  line,  the 
error  is  greater.  As  a  rule  the  temperature-time  points  follow  very 
closely  a  straight  line,  thus  making  the  extrapolation  easy  and  precise, 
see  Fig.  1. 
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Since  in  the  investigation  made  by  the  Bureau  the  average  time  from 
the  fall  of  the  clinker  from  the  lining  to  the  first  reading  was  13  sec.  and 
the  average  rate  of  cooling  of  the  lining  was  2*  C.  per  second,  the  average 
value  of  the  correction  resulting  from  extrapolation  was  26°  C. 

It  is  a  peculiarity  of  kiln  operation  that  the  sintering  zone  fluctuates 
back  and  forth  for  several  feet.  One  of  the  functions  of  the  burner  is  to 
keep  this  zone  the  proper  length  and  in  the  proper  position  by  control 
of  the  kiln  speed,  the  rate  of  addition  of  the  raw  feed — these  two  factors 
are  coupled  and  controlled  together— and  the  coal  and  air  supply. 
Since  the  pyrometer  is  kept  fixed  in  ahgnmcnt,  it  may  be  that  the  maxi- 
mum temperature  is  not  always  being  measured.  It  is  not  ordinarily 
possible  to  observe  the  extent  of  these  small  fluctuations.  At  times, 
however,  the  sintering  zone  can  be  observed  to  be  flagrantly  out  of 
position,  in  which  case  the  temperature  readings  should  indicate  that 
such  a  condition  exists. 
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Significance  of  MeaauremerOt. — ^The  extent  to  which  the  cementing 
constituents  in  the  burning  of  a  Portland  cement  clinker  are  formed 
depends  principally  on  two  factors:  the  temperature  of  burning  and  the 
time  of  burning.  In  actuid  operation  of  the  kiln,  the  burner  judges  the 
proper  degree  of  burning  by  the  appearance  of  the  chnker  in  the  kiln  and 
as  it  leaves  the  kiln.  To  say  the  least,  this  is  a  very  imperfect  method. 
He  controls  the  degree  of  burning  by  varying,  first,  the  speed  of  the  kiln 
together  with  the  amount  of  raw  feed  and,  second,  the  amount  of  coal. 
By  the  former  operation,  the  time  of  burning  is  controlled;  and  by  the 
latter,  the  temperature  of  burning  ie  controlled.  Within  certain  limits, 
it  is  possible  to  burn  a  clinker,  on  the  one  hand,  for  a  short  time  at  a  high 
temperature  and,  on  the  other,  for  a  longer  time  at  a  lower  temperature 
and  still  produce  the  same  degree  of  burning.  Since,  in  practice,  both 
the  time  and  temperature  are  varied  to  some  extent  and  since  ordinarily 
only  the  burning  temperature  can  be  measured,  it  ie  evident  that  the 
temperature  measurements  cannot  properly  be  compared  and  correlated 
unless  the  time  of  burning  is  approximately  the  same.  Although  the 
speed  of  the  kiln  can  be  measured,  other  factors  that  enter  into  the  time  of 
burning  cannot  be  estimated;  these  are  the  length  of  the  sintering  zone 
and  the  inside  diameter  of  the  kiln,  both  of  which  vary  from  time  to  time. 
With  normal  operation  of  the  kiln,  it  is  ^lieved  that  the  times  of  burning 
are  not  sufficiently  divergent  to  vitiate  comparison  of  the  burning 
temperatures. 

Several  conditions. occasionally  arise,  however,  which  produce  ab- 
normal operation  of  the  kiln  and,  accordingly,  the  temperature  readings 
taken  during  these  intervals  should  not  be  considered  as  taken  with  the 
normal  time  of  burning.     Some  of  these  conditions  are : 

1.  When  the  partly  calcined  raw  material  builds  up  around  the  cir- 
cumference just  before  the  sintering  zone  and  restricts  the  opening  of 
the  kiln  at  this  point,  the  distribution  of  temperature  along  the  kiln 
changes  considerably.  The  ring  formed  in  such  a  case  tends  to  cut  down 
the  draft  making  the  front  part  of  the  kilo  hotter  than  normal.  In 
addition,  the  sintering  zone  appears  to  be  shorter  than  normal  and  closer 
to  the  front  of  the  kiln.  Thus,  whenever  a  ring  forms  in  the  kiln,  the 
clinker  is  probably  burned  at  a  higher  temperature  For  a  shorter  time  or 
may  even  be  overburned. 

2.  Sometimes  an  excess  of  raw  feed  enters  the  kiln.  Thislarge  amount 
of  the  material  abstracts  considerable  heat  from  the  sintering  zone,  tending 
to  lower  its  temperature.  When  this  condition  goes  too  far  it  is  necessary 
to  slow  down  the  kiln,  or  even  to  stop  it,  in  order  that  the  large  mass  of 
material  may  be  burned  to  the  proper  degree. 

3.  Excess  of  coal,  or  "flooding"  of  coal,  causes  a  lowering  in  tempera- 
ture of  the  sintering  zone.  Such  a  large  amount  of  powdered  coal  may 
come  through  that  very  little  will  burn,  owing  to  the  limited  amount  of  air. 
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The  excess  of  coal  absorbs  a  large  quantity  of  heat  and  cools  the  hot  eone. 
At  the  same  time,  some  of  the  coal  burns  all  along  the  kiln,  and  the  rear  end 
becomes  hotter. 

Conclusions  from  Measwementa. — Emphasis  should  be  placed  on  the 
fact  that  a  single  measurement  of  the  burning  temperature  has  little 
meaning;  for  a  gross  accidental  error  may  havB  occurred  in  the  measuro- 
ment;  or,  for  some  reason,  the  kiln  may  not  have  been  operating  normally. 
Consequently  conclusions  from  the  data  can  only  be  drawn  when  a 
succession  of  temperatures  over  a  sufficient  length  of  time  have  been  taken. 
For  this  purpose,  readings  should  be  taken  through  8  or  10  hr.  of  each  day 
and  for  several  days.  A  very  vital  correlation  is  one  between  the  chemical 
compositions  of  the  raw  mix  and  clinker  and  the  burning  temperatures. 
It  may  not  be  amiss  to  point  out  the  factors  and  conditions  that  may 
exist  to  make  this  correlation  uncertain. 

1,  In  the  first  place,  there  are  the  abnormal  conditions  of  kiln  opera- 
tion, mentioned  before,  under  which  temperatures  are  not  being  measured 
properly. 

2,  The  factors  of  time  and  temperature  of  burning,  as  well  as  the 
chemical  composition  of  mix  and  clinker,  control  the  extent  of  formation 
of  the  cementing  constituents  in  the  clinker.  The  question  of  variation 
in  time  of  burning  has  been  discu^d  previously.  A  cement  of  the  same 
composition  may  be  burned  over  a  considerable  range  of  temperature  and 
for  the  same  time  and  still  produce  a  cement  passing  specifications.  That 
is,  the  part  burned  at  the  higher  temperatures  will  contain  a  greater 
proportion  of  cementing  constituents.  Thus  a  petrographic  examination 
of  the  clinker  would  be  necessary  in  order  to  judge  this  factor.  To 
properly  compare  burning  temperatures  with  chemical  composition,  it 
is  necessary  to  assume  that  equihbrium  has  been  attained;  that  is,  that 
the  maximum  amount  of  cementing  constituents  possible  has  been  formed 
or  that  about  the  same  proportion  of  the  theoretical  quantity  has  been 
formed  in  each  burn. 

3,  Several  other  external  factors  of  more  or  less  indeterminate  effect 
enter  into  making  the  chemical  composition  uncertain,  (a)  It  is  known 
that  part  of  the  fine  coal  ash  blowing  through  the  kiln  enters  into  combi- 
nation with  the  raw  mix  or  partly  burned  mix.  Since  the  quantity  and 
composition  of  the  coal  may  vary  from  time  to  time,  this  effect  may  not 
be  constant.  (6)  Part  of  the  coating  on  the  kiln  Kning  falls  off  occasion- 
ally into  the  partly  burned  mix  or  the  clinker.  This  coating  is  composed 
of  material  from  previous  mixes  and  its  admixture  possibly  can  change 
the  composition  of  the  mix  very  appreciably,  (c)  Two  raw  mixes  may 
have  identical  chemical  compositions  but  require  different  burning  tem- 
peratures for  the  reason  that  the  raw  mix  materials  are  in  different  phys- 
ical or  chemical  conditions.  For  example,  a  mix  in  which  treater  dust  is 
added  may  have  the  same  chemical  composition  as  one  in  which  none  is 
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added;  but  the  treater  dust  mix  would  no  doubt  require  a  different  burn- 
ing temperature  because  that  part  of  the  mix  represented  by  the  treater 
dust  had  been  burned  previously. 

In  case  the  temperature  readings  are  fairly  constant,  say  within 
50°  C,  we  believe  it  is  proper  to  average  the  readings.  Such  a  mean, 
however,  is  not  considered  as  having  much  significance  when  the  tem- 
perature rises  or  falls  considerably  during  the  day.  In  the  latter  cases, 
the  range  of  temperature  covered  by  the  best  representative  line  drawn 
through  the  separate  readings  may  be  found.  This  process  is  justified 
and  is  probably  of  value  when  only  a  few  cbemica!  analyses  of  the  raw 
mix  or  clinker,  composed  of  a  number  of  samples  taken  during  a  period 
of  several  hours,  are  made. 

When  correlating  the  burning  temperature  with  the  chemical  com- 
position of  the  raw  mix,  one  should  not  forget  to  take  account  of  the  time 
of  travel  of  the  mix  from  the  feed  end  to  the  clinkering  zone  at  the  point 
where  the  temperature  is  measured. 

Tbe  measurement  of  the  temperature  in  the  clinkering  zone  is  not 
an  easy  and  convenient  matter;  to  do  it  properly  requires  considerable 
practice,  two  persona,  and  the  assistance  of  the  burner.  In  addition,  tbe 
kiln  must  be  stopped  for  about  IH  ii^-  for  each  temperature  measure- 
ment. However,  the  loss  of  production  entailed  is  very  slight.  The 
measurement  of  temperature  in  the  clinkering  zone  is  not  to  be  recom- 
mended for  a  continuous  pyrometric  control  of  a  kiln,  but  rather  as  a 
special  aid  to  be  used  at  intervals  in  the  study  of  the  relation  between 
the  chemical  composition  of  the  raw  mix  and  clinker  with  the  burning 
temperature,  and  in  the  introduction  and  investigation  of  any  new  factors 
that  may  have  an  appreciable  effect  on  the  burning  temperature. 

Tbupebatdbes  at  Reab  Ekd  of  Kiln  and  in  Stack 

There  probably  are  considerably  greater  differences  in  the  various 
cement  plants  in  the  temperatures  of  the  rear  end  and  stack  gases  than 
there  are  in  the  temperatures  in  the  sintering  zone.  The  reason  for  this 
is  that  the  rear  end  and  stack  temperatures  depend,  to  a  large  extent,  on 
the  construction  of  the  rear-end  housing  and  stack  and  on  the  process 
while  the  temperature  in  the  burning  zone  is  governed  principally  by  the 
mix.  Kiln  construction  and  the  process  differ  widely  in  various  plants, 
while  the  composition  of  the  mix  must  he  witiiin  definite  limits.  Con- 
sequently, in  the  following  discussion  we  shall  have  to  refer  in  more 
detail  to  tbe  conditiona  that  existed  in  the  kiln  investigated  by  this 
Bureau,  and  the  statements  cannot  be  as  general  as  in  the  discussion  of 
the  temperatures  of  the  clinkering  zone. 

Rear-end  Temperatures. — The  average  temperature  of  the  gases 
leaving  the  end  of  the  kiln  experimented  on  was  about  650°  C.    Occasion- 
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ally  the  temperature  rose  as  high  as  800°  C.  aod  fell  as  low  as500°C.  The 
temperature -of  the  couple  fluctuated  as  much  as  10°  or  15°  C.  in  5miu. 
The  atmosphere  at  the  rear  end  was  extremely  dusty,  contaioing  the 
alkaUne  cement  dust,  and  was  sometimes  slightly  reducing  or  slightly 
oxidlziDg. 

The  hot  junction  of  the  thermocouple  was  placed  near  the  axis  of  the 
kiln  about  1  ft.  in  from  the  plane  of  the  rear  end.  As  far  as  the  position 
of  in^duction  and  the  length  of  the  couple  are  concerned,  these  depend 
on  the  construction  of  the  rear-end  housing  of  the  kiln.  It  was  found 
possible  to  place  a  7-ft.  couple  through  a  hole  in  the  top  of  the  stack  base 
so  that  the  hot  junction  would  be  in  the  correct  position. 

One  of  the  difficulties  that  occurs  with  thereaj-end  couple  is  the 
building  up  of  cement  dust  on  the  pyrometer  protection  tube.  This 
dust  cakes  to  such  an  extent  that  a  large  mass  of  dust  may  form  fU'ound 
the  hot  junction,  introducing  a  large  time  lag  in  the  indications  and  even 
swamping  out  short-period  variations  in  temperature  of  the  surrounding 
gases.  If  the  couple  is  placed  too  near  the  feed  pipe,  a  bridge  of  caked 
dust  may  form  between  the  pipe  and  couple  making  the  effect  worse. 
To  prevent  this,  every  part  of  the  couple  should  be  placed  at  least  2  ft. 
from  any  part  of  the  caked  feed  pipe.  It  may  be  necessary  to  bend  the 
couple  in  order  to  do  this.  At  present  the  only  way  that  appears  feasible 
to  prevent  the  caked  dust  from  affecting  the  temperature  readings  materi- 
ally is  to  remove  this  dust  periodically;  at  least  once  every  12  hr.  Per- 
haps as  simple  a  way  as  any  is  to  have  the  couple  protection  tube  rest  in  a 
sleeve  which  extends  from  the  head  of  the  couple  to  about  half  way  down 
the  tube  and  which  fits  the  tube  rather  closely.  Each  time  the  tube  is 
to  be  cleaned,  it  is  pulled  up  through  this  sleeve  and  the  accumulated 
dust  is  shaved  off. 

The  choice  of  the  proper  material  for  the  protecting  tube  of  the  thermo- 
couple is  another  source  of  difficulty.  It  has  been  demonstrated  that 
iron  tubes  will  not  last  long  in  the  atmosphere  existing  in  the  end  of  a 
dry-process  kiln  because  they  are  oxidized  and  rapidly  attacked  by  the 
dust.  A  porcelain,  clay,  or  other  such  refractory  tube  would  also  be 
attacked.  Probably  the  best  tube  that  can  be  obtained  at  present  is  one 
of  nichrome  or  chromel  of  fairly  thin  walls.  In  wet-process  plants  where 
the  temperature  at  the  rear  is  considerably  lower  and  the  atmosphere 
less  dusty  than  in  dry  process  plants,  it  is  probable  that  little  trouble 
-  would  be  experienced  from  the  corrosion  of  protecting  tubes  and  the 
caking  of  dust.  A  base-metal  thermocouple  of  iron-constantan  or 
chromel-alumel  is  satisfactory.  The  cbromel-alumel  couple  will  have  a 
longer  life  and  can  withstand  a  higher  temperature  but  is  slightly  more 
costly. 

To  record  the  temperature  of  the  couple  any  one  of  the  galvanometric 
thermocouple  recorders  on  the  market  may  be  used.     Since  most  of  these 
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recorders  are  cot  as  dustproof  as  they  should  be  for  use  in  a  cement  plant, 
they  should  be  mounted  in  a  dust  proof  cabinet.  Information  con- 
cerning thermocouple  and  recorder  installations  is  given  elsewhere.* 

The  installation  of  pyrometers  in  the  rear  end  of  rotary  kilns  has  not 
been  common  in  cement-mill  practice.  Because  they  can  serve  a  useful 
purpose,  we  believe  that  they  should  be  employed  more  frequently.  In 
plants  that  do  not  attempt  to  save  some  of  the  heat  carried  away  in  the 
gases  leaving  the  kiln,  records  of  temperatures  at  the  rear  end  should  in- 
dicate how  to  reduce  this  loss  to  a  mJTiimiim  by  correlating  the  changes 
in  temperatures  with  the  length  of  flame,  the  draft  through  the  kiln, 
and  other  factors.  In  plants  where  the  waste  gases  are  utilised  to  heat 
boUers,  a  pyrometer  at  the  rear  end,  as  well  as  one  at  the  waste-gas 
entrance  and  exit  of  the  boiler,  wiU  show,  in  addition  to  the  above-men- 
tioned correlations,  the  optimum  temperature  of  the  gases,  and  will  give 
a  record  of  the  attainment  of  this  condition.  Although  there  are  other 
means  of  recording  the  time  of  stopping  of  a  kiln  (the  supply  offuel  is 
usually  stopped  when  the  kiln  stops),  a  pyrometer  in  the  rear  end  by 
recording  the  temperature  of  the  gas  will  more  nearly  approximate  the 
true  time  the  kiln  was  ineffective  in  production.  As  stated  before,  the 
temperature  at  the  rear  end  is  abnormally  low  when  a  ring  occurs  in  the 
kiln;  as  a  rule  one  should  be  able  to  tell  from  the  records  t^  duration  of 
a  ring.  Again,  when  there  is  a  large  excess  of  fuel  the  temperature  at  the 
rear  is  abnormally  high.  It  appears,  from  data  obtained,  that  when  the 
kiln  is  operating  normally,  the  rise  and  fall  of  the  maximum  temperature 
in  the  clinkering  zone  is  followed  by  a  similar  change  in  temperature 
of  the  rear-end  couple  greatly  diminished  in  magnitude. 

Stack  Temperatures. — The  stack  temperatures  encountered  in  the  kiln 
investigated  averaged  about  250°  C;  they  ranged  from  about  200°  to 
300°  C.  The  gases  after  passing  out  the  rear  end  of  the  kiln  were  pur- 
posely cooled  by  the  admixtiu'e  of  air  entering  the  stack  base  from  the 
outside.  The  atmosphere  was  considerably  less  dusty  than  at  the  rear 
end ;  and  because  the  dust  was  at  so  low  a  temperature  it  was  not  corrosive 
and  did  not  cake  to  the  extent  it  did  in  the  end  of  the  kiln. 

The  couple  was.  placed  in  the  stack  about  15  ft.  from  the  floor  of  the 
stack  base.  This  couple  should  be  a  sufficient  distance  up  the  stack  to 
measure  the  temperature  of  the  well-mixed  gases  in  case  air  is  admitted 
below. 

If  the  temperatures  are  as  low  as  indicated,  the  installation  may  be 
similar  to  the  rear-«nd  couple  but  much  simplifled  because  there  should 
be  no  trouble  from  errors  in  measurements  due  to  caking  of  dust  on  the 
pyrometer  tube  and  no  corrosion  of  an  iron  protecting  tube.  An  iron- 
coostantan  couple  should  be  very  satisfactory  for  these  low  temperatures. 

•  Thennoelectric  Pyrometry,  by  Foote,  Harnaon,  and  Pairchild.  Recordii^  Py- 
rometry,  by  Foircbild  and  Foote.    This  volume. 
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Od  the  other  hand,  if  the  temperatures  are  conmderably  higher,  for  ex- 
ample above  500°  C,  the  same  precautions  will  probably  have  to  be  taken 
as  with  rear-end  couples. 

If  air  is  mixed  with  the  gases  leaving  the  end  of  the  kiln  and  the  tem- 
perature, humidity,  and  quantity  of  this  air  are  constant,  the  indica- 
tions of  -the  stack  couple  should  correspond  in  direction  of  variation  to 
those  of  the  rear-end  couple.  Usually,  however,  the  air  conditions  are 
not  constant,  and  the  couples  will  not  correspond. 

With  less  exactness  than  the  rear-end  couple,  the  records  of  the  stack 
pyrometer  will  also  indicate  the  stopping  of  the  kiln,  the  formation  of 
a  ring  in  the  kiln,  and  flooding  of  fuel.  In  case  the  waste  gases  pass 
through  dust  precipitators,  the  stack  couple  should  show  whetbw  the 
temperature  of  the  gases  is  proper  for  the  precipitators. 

This  discussion  of  the  application  of  pyrometric  methods  to  the  opera- 
tion and  control  of  cement  kilns,  while  far  from  complete,  will  poedbly 
serve  to  indicate  some  of  the  advantages  and  possibilities  of  such  methods. 
We  are  indebted  to  Mr.  J.  C.  Pearson,  of  the  Cement  Section  of  this 
Bureau,  for  affording  us  the  opportunity  of  undertaking  this  investigation. 
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Application  of  Pyrometers  to  the  Ceramic  Industry 

BT  JOHN,  p.   OOHBBM,*  PHILADELPHIA,  PA. 
tChiMco  M«tin(.  SapUmbtr,  1916.) 

Bbcbntlt  the  head  burner  at  a  brick  plant  with  over  40  years'  experi- 
ence said  that  he  had  burned  brick  by  guess  for  over  half  his  lifetime  and 
had  used  pyrometers  for  2J^  years  but  hoped  that  he  would  never  have 
to  bum  kihis  without  pyrometers  again.  The  ceramic  engineer  in  making 
a  special  study  of  the  burning  of  clay  ware  and  the  effect  the  heat  of  the 
kiln  has  on  color  and  vitrification  is  also  rapidly  placing  the  burning  of 
clay  on  a  twentieth-century  basis. 

Clay  ware  may  be  divided  into  various  groups,  brick  and  drain  tile; 
aewer  pipe;  firebrick;  and  pottery,  which,  in  turn  may  he  subdivided 
into  special  classes.  As  nearly  as  the  analysis  of  the  clay  type  of  kiln, 
etc.,  will  allow,  there  are  practically  the  same  problems  to  solve 
in  burning  in  all  of  the  processes  or  operations.  The  underlying 
objective  is  the  same,  namely,  the  production  of  the  best  grade  of  ware 
under  the  most  efficient  and  economical  manufacturing  system. 

The  principal  problem  in  the  production  of  clay  ware  is  the  burning  oS 
of  the  kilns.  The  most  modern  steam  shovel  may  dig  the  clay  and  the 
most  advanced  types  of  pug  mills  and  wire  cut  machines  or  molds  of 
various  kinds  may  be  installed,  but  unless  the  drying  and  burning  of  the 
ware  is  successful,  all  of  the  previous  operations  will  be  useless.  On 
this  final  operation  depends  the  entire  result  of  the  plant. 

In  reality,  burning  of  all  clay  ware  is  purely  a  heatli^  prop<fflitioD. 
Hie  kilns,  or  furnaces,  should  be  so  designed  as  to  give  equal  distribution 
of  heat.  Consequently,  the  problems  of  design  and  construction  of 
kilns  to  produce  equal  distribution  of  heat  require  serious  consideration,  as 
do  also  the  questions  of  heat  control  and  draft  control.  The  three  most 
important  factors  in  the  burning  of  practically  all  types  of  kilns  may  be 
summarized  aa  follows:  The  installation  of  dependable  pyrometers  by 
which  the  temperature  can  be  accurately  measured;  the  draft  gage  to 
show  just  how  much  air  or  draft  should  be  allowed  to  come  in  over  the 
grate  bars  to  effect  good  combustion  and  to  allow  the  rate  of  heating  to  be 
controlled  by  adjustment  of  the  dampers;  the  construction  of  the  kiln; 
since  it  is  the  container  of  heat,  it  must  be  built  according  to  modern  prin- 
ciples.  These  three  primary  factors  are  here  considered  with  reference 
to  the  burning  of  the  ware  and  the  resultant  economical  advantages. 
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Pyrometer  Installation 

The  first  requisite  for  efficient  bumii^  is  a  pyrometer.  The  equip- 
ment to  best  meet  the  condition  of  each  particular  plant  should  be 
carefully  selected  in  order  to  secure  the  greatest  returns  from  the 
investment.  The  purchaaer  who  buys  on  a  price  bafiis  alone  is  not  doing 
justice  to  his  business  experience.  The  equipment  that  will  be  most  suit- 
able for  all  plants  should  consist  of  a  thermocouple  in  each  kiln,  a  high- 
resistance  indicating  pyrometer  for  the  use  of  the  burner,  and  a  record- 
ing pyrometer  to  be  used  as  a  check  to  prove  whether  or  not  the  burning 
has  been  carried  out  as  directed;  also  rotary-type  and  plug-type  switches 
to  permit  any  thermocouple  to  be  connected  to  indicating  and  recording 
instruments. 

Thermocouples. — While,  in  general,  the  equipment  outlined  is  suitable 
for  all  plants,  particular  attention  should  be  given  to  the  selection  of  the 
thermocouples.  There  have  been  developed  within  the  past  2  to  3  years 
a  number  of  types  of  thermocouples  composed  of  base-metal  alloys. 
These  alloys  are  somewhat  limited  in  their  application  on  account  of  the 
rapid  oxidation  of  the  elements  under  high  temperature,  and,  therefore, 
should  only  be  used  under  favorable  circumstances.  The  most  satis- 
factory thermocouple  is  composed  of  pure  platinum  wire  on  one  side, 
and  on  the  other  side  a  wire  composed  of  90  per  cent,  platinum  and  10  per 
cent,  rhodium.  The  melting  point  of  the  wire  in  the  couple  isoverSlSO®  F. 
(1732°  C.)  so  that  it  may  be  used  in  nearly  all  kilns.  Protecting  tubes 
composed  of  a  very  dense  and  highly  glazed  porcelain  are  used  to  protect 
the  platinum  wire  from  attack  and  contamination  of  the  gases  of 
combustion.  These  tubes  are  in  turn  protected  by  outside  tubes  of 
"corundite"  fireclay.  This  thermocouple  should  be  used  in  nearly  all 
applications,  particularly  when  the  temperature  will  exceed  2000°  F. 
(1093°  C).  Some  plants  use  base-metal  thermocouples  for  kilns  burning 
sewer  pipe  and  firebrick,  which  require  temperatures  frequently  in  excess 
of  the  melting  point  of  the  base-metal  elements. 

Should  the  conditions  warrant,  a  base-metal  thermocouple  composed  of 
a  nickel-chromium  alloy,  with  a  melting  point  of  2600°  F.  (1427°  C),  may 
be  used.  In  order  to  protect  this  couple  from  oxidation,  porcelain  tubes 
must  be  used  and  preferably  another  outer  tube  of  fireclay  to  protect  the 
porcelain  tube  from  injury. 

Indicating  and  Recording  Instruments. — The  indicating  and  recording 
instruments  should  be  built  up  with  an  internal  resistance  of  at  least  600 
ohms,  in  order  to  overcome  the  change  in  lead  wire  resistance  either  due 
to  the  use  of  different  length  of  leads  or  temperature  changes  along  the 
leads.  The  possible  source  of  error  is  proportionate  to  the  resistance  of 
the  meter  to  the  ratio  of  increased  resistance  of  lead  wire  or  thermocouple 
over  the  normal  external  resistance  of  the  circuit.    Accordingly  instru- 
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ments  of  a  lower  resistance  than  600  ohms  only  minimize  the  error.  This 
can  readily  be  shown  by  the  following  example:  Assume  that  a  pyrome- 
ter reads  accurately  when  using  50  ft.  (15  m.)  of  No.  12  gage  single-con- 
ductor copper  wire.  If  500  ft.  of  this  wire  is  added,  as  the  resistance  per 
foot  is  0.00159  ohm,  for  500  ft.  this  resistance  will  be  0.795  ohm.  If  a 
5-ohm  instrument  is  used,  the  error  produced  by  this  wire  is  its  resistance 
0.795  ohms  divided  by  the  resistance  of  the  instrument,  or  5  ohms,  which 
equals  15.9  per  cent.;  or  at  1500°  F.  (816°  C),  an  error  of  238.5°  F. 
(132.5°  C).  If  a  500-ohm  instrument  ie  used,  the  error  will  be  the  resis- 
tance of  the  wiring,  0.795  ohm,  divided  by  the  resistance  of  the  instru- 
ment, 600  ohms,  which  equals  0.13  per  cent.,  or  at  1500°  F.  an  error  of 
2°  F.  This  error  i^  so  small  that  it  would  be  impossible  to  read  on  the 
scale  of  a  pyrometer  graduated  to  2000°  F.  or  3000°  F. 

It  can  be  readily  understood  that  only  the  most  improved  form  of 
construction  will  embody  these  advantages.  The  recording  pyrometer 
should  also  be  of  similar  high-resistance  construction  and  of  a  simplified 
design.  It  is  best  to  use  an  individual-chart  instrument  for  each  kiln 
under  fire  so  that  when  filed  the  charts  can  easily  be  referred  to.  A 
recorder  producing  more  than  one  record  is  more  complicated;  and  as  the 
various  kilns  are  brought  up  to  heat  and  burned  ofF,  it  is  difficult  to  decide 
just  when  to  tear  off  the  chart.  In  Fig,  1  is  shown  the  indicating  pyro- 
meter and  switchboard  for  use  of  the  burner  and  also  a  circular-chart 
high-resistance  recording  pyrometer  with  rotary  type  switch  so  that  any 
kiln  may  be  connected  with  the  recorder  as  placed  under  fire.  Addi- 
tional recorders  may  be  used  if  desired.  The  chart  is  produced  by  means 
of  a  circular  carbon-paper  disk  which  revolves  with  the  chart.  This 
eliminates  the  use  of  ink  in  any  form  and  the  consequent  cleaning  and 
filling  of  the  pen.  As  the  chart  is  rotated  by  an  8-day  clock,  a  tempera- 
ture record  of  an  entire  run  may  be  made  on  a  single  chart. 

Another  type  of  recording  pyrometer  is  the  continuous-chart  recorder, 
which  is  Bupphed  with  a  60-day  roll  of  chart  paper.  This  may  be  clipped 
off  at  the  end  of  each  burn  and  then  plumed  on  to  another  kiln.  This 
type  of  recorder  also  produces  a  permanent  record  without  the  use  of  ink 
by  means  of  a  carbon  ribbon  passing  between  the  chart  and  the  recording 
arm. 

InataUation  of  Pyrometers. — In  the  installation  of  pyrometer  equip- 
ment on  kilns,  extreme  care  should  be  taken  to  follow  the  best  practice. 
The  thermocouples  should  extend  about  3  in.  (7  cm.)  inside  the  kiln 
crown  so  that  the  temperature  recorded  should  be  as  close  to  the  true 
temperature  as  possible  and  not  seriously  affected  by  heat  radiation 
from  the  kiln  walls.  At  some  plants,  an  effort  was  made  to  protect 
the  thermocouple  by  placing  it  so  that  it  did  not  extend  through  the 
crown  inside  the  kiln.  Naturally  the  temperature  was  seriously  affected 
by  the  heat  radiation  and  heat  absorption  of  the  brick  composing  the 
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crown,  and  dependable  results  could  hardly  be  expected.  Moisture- 
proof  caps  should  be  provided  for  the  couples,  so  that  rain  or  dust  can- 
not seep  down  the  porcelain  or  firebrick  tubes.  The  wire  should  be 
supported  by  staybolts  at  proper  intervals  so  that  undue  stresses  will 
not  be  placed  on  the  thermocouple. 

In  general,  the  results  that  may  be  expected  by  the  installation  of 
pyrometers  are  as  follows:  (1)  Securing  proper  temperature  of  kiln 
from  which  the  best  temperature  curve  may  be  plotted  and  used  for 
burning  all  similar  clays.  (2)  Efficient  operation  of  the  kilns  by  the 
burner,  who  has  definite  ten^perature  curves  to  designate  the  condition 
of  the  kiln  at  various  periods  of  the  bum.  (3)  Elimination  of  uneven 
firing,  thus  enabling  the  burner  to  bring  the  kilns  up  to  heat  without 
any  set-backe.  (4)  Saving  of  fuel,  by  shortening  the  time  of  bum  due 
to  more  even  rate  of  firing.  (6)  Making  more  rapid  turnover  of  plant 
capacity  due  to  shorter  time  of  burning.  (6)  Producing  actual  records 
of  the  proper  burning  conditions  so  that  the  management  will  have 
access  to  this  information  at  any  time.  (7)  Providing  valuable  data 
for  the  ceramic  engineer,  in  analyzing  the  clay  and  the  relation  that  cer- 
tain temperatures  have  on  shades  and  quality.  (8)  Eliminating  careless 
firing  of  the  kilns,  especially  during  the  night  shift  when  the  firemen  are 
inclined  to  shirk  their  work,  as  the  records  would  show  their  negligence. 
Statistics  show  that  approximately  75  per  cent,  more  fuel  is  used  in 
bringing  up  a  kiln  with  30,000  or  50,000  brick  that  has  been  allowed 
to  drop  back  150  °  F.  than  if  the  set-back  had  not  occurred. 

Draft  Effects  in  Kiln  Burning 

The  second  requisite  for  good  kiln  control  is  the  use  of  proper  draft 
conditions.  It  is  almost  impossible  to  secure  good  temperature  control 
of  the  kiln  without  knowing  the  amount  of  draft  and  the  change  in 
draft  conditions.  A  very  simple  form  of  draft  gage  is  shown  in  Fig.  2. 
This  consists  of  an  inclined  glass  tube  with  oil  and  spirit  line  level.  The 
gage  is  graduated  in  hundredths  of  inches  and  may  be  attached  per- 
manently to  each  kiln  stack  or  used  portabty  by  mounting  on  a  tripod 
or  stand.  The  effects  of  changes  in  draft  in  the  control  of  the  kiln  are 
very  important,  but  apparently  receive  Uttle  attention.  When  there 
is  a  strong  draft,  the  kiln  will  burn  faster  and  the  dampers  in  the  stacks 
should  be  adjusted  accordingly. 

Kiln  Construction 

Apparently  every  burner  and  superintendent  has  original  ideas 
concerning  kiln  construction,  which  they  have  carried  out  at  the  various 
plants  so  that  there  are  almost  as  many  different  types  of  kiln  construc- 
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tion  as  there  are  plants.  One  of  the  most  commoa  mistakes  is  to  build  a 
kilo  without  giving  proper  attention  to  the  Sue  capacity.  As  a  result 
the  burner  is  unable  to  bring  his  heat  down  to  the  bottom  and  only  the 
upper  courses  will  be  burnt  to  color,  proper  degree  of  hardness,  or  com- 
plete vitrification,  depending  on  which  of  these  is  desired.  Kilns  with 
proper  flue  r^ulation  to  support  the  pyrometric  control  should  have 
a  imiform  burn  from  the  third  course  upward,  if  used  to  advantage. 
Flues  should  be  arranged  so  that  the  draft  can  be  easily  regulated  by 
the  burner;  hot  spots  or  cold  spots  are  entirely  unnecessary.  By  closing 
or  opening  the  dampers,  quick  changes  in  draft  should  be  secured  which 
in  turn  is  shown  by  the  information  given  by  the  pyrometer  readings. 
While  there  are  innumerable  types  of  kilns  a  few  seem  to  have  proved 
their  worth  and,  accordingly,  have  become  practically  the  standard  of 
their  type.  The  installation  of  the  pyrometer  equipment  depends  con- 
siderably on  the  general  scheme  of  burning. 


Fia.  2— DBAirr  oaok  0  to  2"  of  water. 

The  old-fashioned  scove  kiln  can  be  eliminated  entirely,  as  this  has 
no  practical  manner  of  control  and  depends  entirely  on  natural  draft. 
The  round  down-draft  kiln  is  very  largely  used  for  burning  brick,  drain 
tile,  and  sewer  pipe,  and  is  known  as  a  periodic  kiln.  The  thermocouple 
is  placed  in  the  top  of  the  kiln  near  the  apex.  The  heat  from  the  fire 
boxes  passes  to  the  top  and-  is  then  drawn  down  through  the  brick, 
which  are  piled  in  courses  with  about  1  in.  (2.5  cm.)  space  between  each 
brick.  The  necessity  for  good  draft  conditions  can  readily  be  understood 
as  the  heat  must  be  drawn  down  through  the  brick  and  out  through  the 
flues  in  the  bottom  of  the  kiln  to  the  stack.  In  Fig.  1  is  shown  a  plant 
with  its  pyrometer  equipment  controlling  the  burning  of  the  round 
down-draft  kilns.  The  indicating  and  recording  instruments  are  very 
similar  for  all  kilns  but  the  application  of  the  thermocouple  to  the  kilns 
differs  with  the  construction  of  the  kilns. 


D.qit.zeaOvGoOt^lc 


JOHN    P.    OOHEEN  541 

Iq  installing  a  pyrometer  equipment  on  the  periodic  kiln,  the  thermo- 
couple is  usually  installed  about  3  in.  inside  the  kiln  and  about  3  ff. 
from  the  apex.  The  couple  is  then  in  the  hottest  part  and  registers 
the  highest  temperature.  This  is  a  very  important  point  in  connection 
with  the  use  of  pyrometers  for  kiln  burning.  The  temperature  readings 
give  the  burner  a  working  temperature  with  the  highest  temperattu^  as 
the  guide.  Thermocouples  installed  through  the  side  of  the  kiln  may 
be  more  affected  by  local  changes  in  draft  conditions.  More  than  one 
thermocouple  for  the  average  size  of  round  kiln  has  proved  unnecessary, 
though  some  plants  have  attempted  to  use  them  for  determining  bottom 
temperatures.  As  it  requires  an  extremely  long  thermocouple  to  pene- 
trate sufficiently  far  toward  tbecenter  of  the  kiln,  this  extra  thermocouple 
has  not  proved  very  popular.  Also,  with  good  conditions  for  controlling 
the  draft,  the  burner  can  soon  learn  how  to  bring  the  heat  at  the  top  of 
the  kiln  down  to  the  lower  courses  while  he  holds  the  top  steady. 
Such  good  control  has  been  secured  at  some  plants  that  the  temperature 
records  show  where  kilns  have  been  held  for  periods  as  long  as  48  hr. 
without  showing  a  rise  or  drop  in  temperature  exceeding  25°  F.  while  the 
heat  was  being  pulled  down  and  allowed  to  soak  through  the  lower  part 
of  the  kiln.  It  is  in  this  distribution  of  the  heat  uniformly  all  through 
the  kiln  that  pyrometers  have  proved  so  useful. 

Pottery  kilns  are  somewhat  more  difficult  to  handle  from  the  view- 
point of  an  installation  of  pyrometers,  due  to  their  construction,  which 
requires  the  thermocouple  to  be  frequently  installed  first  through  the 
outside  wall  and  then  through  the  bag  wallinto  the  kiln  chamber.  The 
length  of  couple  necessary  and  the  pecuUar  draft  conditions  in  the  bottle- 
shaped  kilns  have  not  encouraged  many  pyrometer  installations  at  these 
plants,  but  the  urgent  need  of  pyrometric  control  is  recognized.  An 
elaborate  system  of  shrinkage  scales  has  been  devised  at  some  plants, 
where  tests  are  taken  from  the  kiln  and  measured  for  their  shrinkage  on 
a  shrinkage  scale. 

In  addition  to  the  periodic  kilns  there  are  continuous  kilns,  which  by 
a  process  of  rotation  keep  certain  parts  or  chambers  under  fire  at  all 
times.  The  surplus  heat  from  the  chamber  under  fire  ia  used  to  heat  up 
other  chambers  and  accordingly  save  a  great  quantity  of  fuel.  Some  of 
these  kilns  have  as  many  as  60  to  90  chambers  of  40,000  brick  capacity. 
A  number  of  ingenious  methods  have  been  adopted  to  carry  the  heat 
from  one  chamber  to  another.  Some  types  of  kilns  carry  the  heat  throu|^ 
flues  while  one  kiln  of  the  Haigh  continuous  type  usee  a  paper  curtain, 
which  bums  away  when  the  kiln  has  reached  a  certain  temperature 
and  automatically  connects  the  next  chamber  to  the  one  being  burned. 
The  fuel  used  is  generally  producer  gas;  it  is  then  only  necessary  to  light 
the  burner  of  the  new  chamber  at  the  proper  time  and  advance  the 
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burning  of  the  various  chambers  in  rapid  succeesion. '  The  remaining 
chambers  are  meanwhile  cooling  off  or  are  being  loaded  or  unloaded. 
If  possible  to  stress  the  importance  of  pyrometer  control  of  continuous 
kilns  over  periodic  kilns,  it  would  seem  that  when  more  than  one  chamber 
is  intimately  connected  with  the  hot  none  the  advantE^  of  a  pyrometer 
is  greatly  enhanced.  By  proper  regulation  of  the  temperatiu'e  in  the  hot 
chamber,  the  rate  of  heating  of  the  two  or  three  chambers  in  advance  is 
affected  proportionately.  The  thermocouples,  whether  of  rare  metal  or 
a  nickel-chromium  alloy,  are  installed  through  the  crown.  Usually  the 
crown  of  a  continuous  kiln  is  very  thick  to  prevent  heat  waste  so  the 
thermocouples  are  about  30  to  36  in.  (76  to  91  cm.)  long  and  penetrate 
about  3  in.  inside  the  chamber.  As  the  kilns  often  have  as  many  as  90 
chambers,  -  the  pyrometer  installation  should  be  carefully  installed  with 
the  wiring  out  of  the  way.  Usually  the  kilns  are  covered  with  a  shed  so 
that  the  wires  may  be  carried  overhead. 


Pia.  3. — American  Dbbbsler  tvnnel  ulk. 

Another  kiln  of  interest,  namely  the  American  Dressier  tunnel  kiln, 
is  a  continuous  kiln  in  which  the  floor  of  the  kila  moves  along  at  a  certain 
rate  and  the  material  is  passed  through  a  hot  zone.  Platinum-rho- 
dium thermocouples  are  located  in  the  hot  zone  while  nickel-chromium 
thermocouples  are  placed  at  intervals  of  about  20  ft.  down  the  kiln. 
After  the  ware  is  loaded  on  the  movable  floor  it  is  not  touched  until  ready 
to  be  unloaded  at  the  other  end.  Again  the  degree  of  success  is  dependent 
on  good  kiln  operation  and  the  pyrometer  is  of  very  great  importance  in 
establishing  proper  temperatures.  Fig.  3  shows  this  type  of  continuous 
kiln  with  the  thermocouples  located  along  the  top.  Indicating  and  record- 
ing instruments  are  placed  in  the  ofBce  of  the  head  burner  where  complete 
data  of  the  temperatures  are  kept.  It  might  be  of  interest  to  note  that 
this  kiln  has  also  been  placed  in  service  at  steel  plants  for  the  annealing 
and  heat  treatment  of  various  grades  of  steels. 
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Another  important  temperature  problem  in  clay-workiag  plants  is 
the  proper  drying  of  the  ware.  Much  improvement  has  been  brought 
about  in  equipment  for  this  work.  The  waste  heat  from  the  kilns  is 
largely  used  to  heat  the  dryers,  so  it  is  secesBary  to  control  the 
amount  of  heat  allowed  to  reach  the  dryer.  A  recording  thermometer 
has  become  instrumental  in  aiding  in  proper  dryer  regulation.  In  con- 
struction, the  equipment  consists  of  a  bulb  filled  with  a  nitrogen  gas  under 
pressure.  This  pressure  is  carried,  by  means  of  capillary  tubing  protected 
with  bronze  flexible  armor,  to  a  helix  to  which  the  recording  arm  is  attached. 
A  24-hr.  record  chart  is  supplied  so  that  an  actual  temperature  record  is 
produced  of  the  temperature  in  the  dryer.  By  properly  drying  the  clay 
ware,  the  very  start  of  trouble  in  burning  con  be  greatly  eliminated. 

Conclusions 

Almost  any  plant  can  show  the  results  of  poor  burning  either  from 
carelessness  or  "hard  luck"  with  that  particular  kiln.  Almost  all  plants 
will  show  the  result  of  good  burning  and  it  is  to  increase  the  percentage  of 
good  bums  that  pyrometers  have  been  so  widely  recognized  as  a  real 
essential  for  the  up-to-date  plant  management;  Other  checks  on  the  kiln 
■  must  not  be  overlooked,  such  as  "tests"  and  cones.  Cones  show  the 
relative  kiln  condition  but  have  little  to  do  with  the  temperature  of  the 
kiln.  It  is  their  function  to  tell  whether  a  certain  condition  of  the  kiln 
has  been  reached,  but  their  limit  of  usefulness  practically  stops  there. 
Pyrometers,  however,  serve  as  a  continuous  guide  for  the  burning  of 
the  kilns  from  the  start  until  the  kiln  is  finally  burned  off. 

It  is  due  to  the  persistent  demand  by  the  ceramic  engineer  and  up-to- 
date  manager  that  this  somewhat  severe  condition  for  the  application  of 
pyrometers  has  been  solved.  It  is  for  the  future  to  decide  whether 
pyrometric  control  will  be  carried  to  the  extent  where  the  burner  sets 
the  pyrometer  and  by  means  of  automatic  control  the  pyrometer  will 
control  the  heating  of  the  kiln  b^y  a  certain  gradual  increase.  The 
automatic  control  of  temperature  has  already  been  solved  for  the  control 
of  metallui^cal  furnaces,  and  its  applications  for  gas-fired  kilns  is  not 
beyond  the  impossible.  Comparatively  much  bigger  things  may  be 
expected  through  the  future  development  of  pyrometers  for  the 
ceramic  industry. 
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Prrometry  in  Blast-furnace  Work* 

BY    F.    B.    KOTSTERt    AND    T.    L.    JOBBPR,t    WASHINOTON,    D.    C 
(ChiiMWO  Msetiiic.  SspUmber.  1919) 

For  a  number  of  years  the  Bureau  of  Mines  has  been  investigating 
certain  problems  relating  to  the  blast  furnace.  In  the  course  of  these 
investigations  it  was  desirable  to  measure,  with  the  optical  pyrometer, 
the  temperatures  occurring  in  the  hearth  of  the  furnace.  Since  no  sys- 
tematic measurements  of  these  temperatures  have  been  published  astate- 
ment  of  the  results  may  be  of  interest.  The  data  given  in  this  paper 
were  obtained  at  thirty-two  blast  furnaces  operated  by  seventeen  com- 
panies; twenty  of  these  furnaces  were  making  iron,  eight  ferromanganese, 
and  five  spiegeleisen.  The  collection  of  this  information  was  made 
possible  by  the  cooperation  of  the  American  Manganese  Co.,  Bethlehem 
Steel  Corpn.,  Brier  Hill  Steel  Co.,  Buffalo  Union  Furnace  Co.,  Clinton 
Iron  &  Steel  Co.,  Donner  Steel  Co.,  John  B.  Guernsey  A  Co.,  Jones  A 
Laughlin  Steel  Co.,  E.  E.  Marshall,  the  McKinney  Steel  Co.,  National 
Tube  Co.,  New  Jersey  Zinc  Co.,  Republic  Iron  &  Steel  Co.,  Seaboard 
Steel  &  Manganese  Corpn.,  Southeastern  Iron  Corpn.,  the  Youi^stown 
Sheet  &  Tube  Co.,  and  the  Wharton  Steel  Co. 

Temperatdrb  of  Blast-fdrnacg  Heabth 

The  blast  furnace  was,  by  long  odds,  the  earliest  piece  of  industrial 
apparatus  operating  at  what  it  is  now  the  fashion  to  call  high  tempera- 
tures, i.e.,  above  1400°  C.  (2552°  F.).  It  is  a  furnace,  moreover,  whose 
operation  is  believed  to  be  extremely  susceptible  to  small  changes  in 
hearth  temperature..  Since  these  temperatures  have  not  been  measured 
by  the  majority  of  the  men  who  have  originated  or  accepted  this  theory 
of  the  importance  of  hearth  temperature,  it  is  perhaps  permissible  to 
wonder  just  how  this  theory  came  to  receive  such  universal  acceptance. 
The  men  operating  blast  fumades  did  not — in  fact  could  not,  if  the  theory 

*  Published  by  permiauon  of  the  Director  of  the  U.  S.  Bureau  of  Mines.  Heport 
of  rese&rch  under  the  joint  auspices  of  the  U.  S.  Bureau  of  Mines  and  the  National 
Beaearoh  Council. 

t  Assistant  Physicist,  U.  S.  Bureau  of  Mines. 

t  Assistant  Metallurgical  Chemist,  U.  S.  Bureau  of  Mines. 
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is  correct — wait  for  the  invention  of  pyrometric  inBtruments  to  supply  the 
means  of  temperature  control.  Just  as  tbey  invented  the  theory  that 
hearth  temperature  should  play  an  important  part  in  furnace  control, 
they  also  invented  a  method  of  measuring  that  temperature.  It  would  be 
difficult  to  assign  a  date  to  the  origin  of  this  pyrometric  theory.  Blast- 
furnace legend,  in  fact,  may  claim  for  itself  the  invention  of  the  first  high- 
temperature  pyrometer;  that  is,  if  other  conditions  are  the  same,  high 
silicoQ  and  low  sulfur  in  the  metal  indicate  a  high  hearth  temperature  and 
a  drop  in  silicon  while  a  rise  in  sulfur,  not  attributable  to  other  causes, 
indicates  a  fall  in  hearth  temperature. 

This  has  never  been  shown  to  be  true,  of  course.  Moreover,  it  is 
diSS^cuIt  to  get  such  a  statement  from  many  furnacemea  who  believe  in 
and  act  on  it.  Nevertheless,  the  most  readily  apparent  phenomenon  in 
blast-furnace  practice  is  the  implicit  faith  of  the  furnace  operator  in  the 
theory  and  the  confidence  with  which  he  changes  his  burden  or  his  blast 
temperature,  or  puts  on  extra  coke  in  answer  to  the  chemist's  report  on 
the  last  cast.  A  chemist's  report  on  the  last  cast  means  silicon  and 
sulfur.  A  cloud  of  imcertainty  often  hangs  over  much  that  goes  into  and 
comes  out  of  a  blast  furnace.  Complete  analyses  of  slag  are  not  often 
made  and  gas  analyses  are  almost  rare,  but  the  writers  are  not  aware 
of  any  furnace  now  operating  at  which  silicon  and  sulfur  is  not  run  on 
each  cast,  reported  immediately,  scrutinized  carefully,  and  discussed.  ' 
earnestly.  The  furnace  operator  has  found  this  theorem  bo  satisfactory 
a  guide  to  furnace  operation  that  he  has  had  no  cause  to  worry  over  his 
inability  to  set  down  his  knowledge  of  the  temperature  of  his  hearth  in 
terms  of  such  and  bo  many  degrees  cent^ade  on  the  gas-thermometer 
scale.  It  is  easy  to  understand,  therefore,  why  no  attempt  at  pyro- 
metric control  has  been  made,  although  instruments  able  to  measure  the 
temperatures  encountered  have  been  available  for  two  decades. 

It  was  the  writer's  purpose  in  making  the  temperature  measurements 
reported  in  this  paper  to  establish,  on  as  definite  a  quantitative  basis  as 
possible,  the  relation  between  the  temperature  in  the  furnace  hearth  and 
the  analysis  of  the  metal  made.  The  silicon-sulfur  theorem  is  unfortu- 
nately rather  indefinite.  The  ^licon,  for  example,  is  allied  to  depend 
not  only  on  the  temperature  but  also  on  the  slag  composition  and  volume, 
the  size  of  the  furnace,  the  tonnage  made  per  day,  and  the  character  of  the 
charge.  These  factors  are  in  doubt  in  that  each  can  mean  one  or  more  of 
several  things.  The  temperature  of  the  hearth  may  mean  the  tempera- 
ture of  the  metal  or  of  the  slag  in  the  hearth,  or  it  may  mean  the  tem- 
perature of  the  solid  stock  in  the  combustion  zone  or  of  the  products  of 
combustion  arising  from  that  zone.  By  the  composition  of  the  slag  ose 
usually  means  its  "basicity."  This  ^ain  doesn't  mean  anything  in 
particular;  it  may  refer  to  the  percentage  of  lime  or  of  bases,  or  to  the 
ratio  of  lune  to  silica,  of  bases  to  silica,  of  lime  to  acids,  or  of  bases  to 
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acids.  The  size  of  the  furnace  may  mean  its  hearth  diameter,  its  bosh 
diameter,  or  its  volume ;  the  "  character  of  the  stock ' '  may  mean  anything. 
In  order  Bucctssfully  to  correlate  the  temperature  measurements  obtained 
at  the  several  furnaces,  therefore,  it  was  necessary  at  the  same  time  to 
secure  all  the  information  available  conceming  both  the  furnaces  and  the 
furnace  practice. 

Teuperatubb    Meabubehbntb    and    Opkbatinq    Data    fbou    Ibon 

BLABT-FtmNACB   OPERATION 

A  summary  of  the  temperature  measurements  made  by  the  writers 
and  some  of  the  operating  data  obtained  from  the  furnace  records  for 
twenty  iron  furnaces  are  given  in  Table  1.  The  furnaces  are  numbered 
arbitrarily  from  1  to  20,  as  shown  in  the  first  column.  Temperatures 
measured  with  a  set  of  Morse  type  optical  pyrometers  are  given  in  the 
second,  third,  and  fourth  columns.  Under  the  caption  Tuyere  Tem- 
peratures are  given  the  temperature  reading  observed  when  the  pyro- 
meter was  sighted  through  the  tuyere  stock  and  along  the  axis  of  the  blow- 
pipe, through  the  tuyere  and  into  the  furnace.  These  temperatures  are 
corrected,  as  well  as  was  practicable,  for  the  absorption  of  the  glass 
screen  in  the  tuyere  sight.  The  slag  and  metal  temperatures  are  those 
.observed  when  the  pyrometer  was  sighted  on  the  surface  of  the  slag  and 
metal  streams  in  their  respective  runners  at  flush  and  at  cast.  To  the 
observed  readings  has  been  applied  an  appropriate  emissivity  correc- 
tion. The  details  of  the  measurements  and  their  probable  accuracy 
will  be  discussed  later.  The  metal  and  slag  analyses  were  made  by  the 
companies'  chemists.  The  figures  in  the  last  four  columns  were  taken 
from  the  furnace  records  and  have  their  usual  significance.  The  fuel 
consumption  is  given  in  terms  of  pounds  of  carbon  in  place  of  the  usual 
pounds  of  coke  per  ton  of  metal. 

couparibon   of  sllicon-sulfub   ptroybter  with  opticae 
Ptbometeb 

A  casual  examination  of  the  figures  in  Table  1  reveals  little  to  support 
the  theorem  that  the  temperature  of  the  furnace  can  be  determined  from 
the  silicon  or  sulfur  in  the  metal  or  from  any  simple  relation  based  on 
metal  and  slag  analyses.  The  silicon  varies  from  0.92  to  2.40  per  cent., 
the  tuyere  temperature  from  1595°  to  1862"  C.  (2903°  to' 3384°  F.),  the 
slag  temperature  from  1437°  to  1543°  C.  (2619°  to  2809°  F.),  and  the 
metal  temperature  from  1426°  to  1473°  C.  (2599"  to  2683°  P.).  The 
range  of  variation  found  in  this  limited  number  of  furnaces  is:  silicon, 
1.48  per  cent.,  tuyere  temperature  267°  C,  slag  temperature  106°,  and 
metal  temperature  47°.    The  silicon  in  the  hottest  metal  is  1 .14  per  cent. 
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and  in  the  coldest  metal  1.05  per  cent.;  the  silicon  in  the  metal  corre- 
sponding to  the  hottest  alag  is  1.70  per  cent.,  and  in  the  metal  accompany- 
ing the  coldest  slag  it  is  1.05.  The  metal  made  by  the  furnace  having 
the  highest  tuyere  temperature  carries  1 .27  per  cent,  silicon.  The  furnace 
showing  the  coldest  tuyeres,  however,  made  metal  with  the  lowest  sili- 
con; that  is,  furnace  9,  tuyere  temperature  1595°  and  silicon  0.92  per 
cent. 

The  twenty  furnaces  were  arranged  in  the  order  of  the  increasing 
siiicon  content  of  the  metal  and  were  divided  into  four  groups.  The 
operating  quantities  for  these  furnaces  were  averaged  by  groups  and  the 
results  are  shown  in  Table  2.  It  is  rather  difficult  to  establish  any  basis 
for  the  silicon-sulfur  theorem  from  these  data.  The  three  temperatures 
that  might  possibly  indicate  hearth  temperature  are  included  in  this 
table  as  well  as  the  three  expressions  that  might  indicate  the  basicity  of 
the  slag;  for  the  most  part  none  of  these  six  quantities  vary  markedly 
with  the  silicon  in  the  metal.  Group  I  has  average  basicity  and  a  low 
hearth  temperature;  group  IV  has  average  hearth  temperature  and  a 
low  bafflcity;  groups  II  and  III  have  both  average  hearth  temperature 
and  average  basicity. 

Table  2. — Furnaces  Grouped  According  to  SiUcon  Content 


1 


Furpacea  included.   . 


Silicon  in  metal 

Sulfur  in  metal 

IHiyera  temperature,  degrees  C . 

Slag  temperature,  degrees  G 

Metal  temperature,  degrees  C. . 

CaO/SiOi- , 

CaO  +  MgO/SiO, 

CaO  +  i^/SiO,  +  A1,0, 

Viscosity  of  slag 


5,  e,  e,  14,  '  4,  8,  12,  13,    7,  10,  II, 
20  15         I      16,  19 


1.02 

1.23 

1.49 

1.96 

0.038 

0.034 

0.033 

0.031 

1661 

1712 

1728 

1718 

1485 

1495 

1483 

1530 

1438 

1460 

1458 

1467 

1.28 

1.31 

1.33 

1.12 

1.36 

1,41 

1.47 

1.25 

1.04 

1.01 

1.01 

0.86 

480 

814 

1048 

690 

Table  3. — Furnaces  Grouped  According  to  Tuyere  TempercU^res 


Purnacu  included i  11,  15,  16, 

I  17,  18 

Tuyere  temperature,  degrees  C.j  1827 

Slag  temperature,  d^reee  C. . .  .i  1516 

Metal  temperature,  degrees  C. .]  1467 

SiUcon  in  metal |  1.5G 

Slag  temperature  minus  metal  i 

temperatuK,  degrees  C I  46 


1704 
1467 
1455 
1.18 
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Id  order  to  look  at  theae  data  in  the  other  directioa,  the  furnaces  were 
rearranged  in  the  order  of  decreafiing  tuyere  temperatures,  aud  averaged 
in  four  groups.  The  resulta  of  this  arrangement,  as  given  in  Table  3, 
show  that  the  slag  is  quite  uniformly  45°  hotter  than  the  metal  and  that 
the  metal  temperature  is  quite  closely  proportion&l  to  the  tuyere  tempera- 
tures, the  metal  temperature  rising  8°  for  every  100°  increase  in  tuyere 
temperature.  In  this  case  group  IV,  with  the  coldest  hearth,  shows  the 
highest  silicon. 

Calculation  op  Silicon  in  Metal 

With  the  aid  of  more  or  less  complete  data  on  a  number  of  furnaces,  it 
is  usually  impossible  to  miss  a  relation  existing  between  the  various  quan- 
tities once  preconceived  theories  have  been  discarded.  In  the  present 
case  it  can  be  shown  that  the  silicon  in  the  metal  can  be  calculated  from 
the  following  equation  with  an  average  error  of  ten  points  of  silicon  and  a 
maximum  error  of  twenty  points. 

If       S  =  per  cent,  of  silicon  in  metal; 

t  =  temperature  of  slag,  d^rees  C. ; 
T  =  tons  of  metal  made  in  24  br,; 
D  =  hearth  diameter,  in  feet; 
F  =  pounds  of  coke  per  ton  of  metal; 
M  =  per  cent,  of  silica  in  the  coke- 


then 


S  =  ^^[0.238  -1-  0.M3  ^,  -1-  0.0012  (i  -  1500)] 


(1) 

There  are  iusufficient  data  from  the  first  six  furnaces  to  enable  one  to 
compare  the  actual  results  with  the  equation.  For  the  remaining  four- 
teen furnaces  sufficient  data  of  sorts  are  available,  and  the  siUcon  has  been 
calculated  from  this  equation;  the  results  are  shown  in  Table  4. 

Table  4. — Calcuiated  Silicon  Contents 


FUISMO 

NamW 

PerCnt. 

^SB: 

DiffsTCDoa, 

Fumao* 
Numb« 

SBl 

\    SiUoon, 

Diff.r«DC 

,.c„..x 

7 

1.51 

1.58 

-  8 

14 

l.OS 

i.oa 

5 

8 

1.29 

1.21 

8 

16 

1.27 

1.36 

-  9 

9 

0.96 

1.07 

-11 

16 

1.59 

i.ts 

14 

10 

1.37 

1.26 

11 

17 

1.70 

1.61 

9 

11 

1.42 

1.26 

16 

18 

1.76 

1.57 

19 

12 

1.14 

1.24 

-10 

19 

1.57 

1.46 

11 

13 

1..4 

1.19 

-  6 

20 

0.97 

1.01 

-  4 

In  Fig.  1  the  calculated  and  the  actual  values  of  the  silicon  are  shown 
diagranunatically.    It  is  rather  difficult  toattribute  the  f^^reement  solely 
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to  coincidence;  in  fact,  it  is  definitely  evident  from  Table  4  and  Fig.  1 
that  the  equation  is  an  approximation  of  the  true  relation.  It  must  not 
be  concluded,  however,  that  the  equation  can  give  the  answer  to  the  prob- 
lem with  any  finaUty.  It  can  be  regarded  as  nothing  more  than  the  best 
quantitative  expression  that  has  so  far  been  offered  for  predicting  the 
silicon  in  the  metal. 

The  interpretation  of  the  equation  I  is  rather  simple.  FM  is- the 
pounds  of  silica  per  ton  of  metal  in  the  form  of  coke  ash.  This  quantity, 
divided  by  47.7,  indicates  the  aihcon  the  metal  would  carry  if  all  the 
sihca  in  the  coke  ash  were  reduced  to  siheon  and  entered  the  metal  and  if 
none  of  the  silica  from  the  ore  or  from  the  stone  were  reduced.  Actually, 
the  silica  required  to  produce  the  silicon  in  the  average  metal,  for  these 


Fia  I. 

fourteen  furnaces,  is  about  54  per  cent.  (A  the  eiUca  in  the  coke  ash. 
The  values  for  the  individual  furnaces  vary  from  47.4  to  66.5  per  cent. 
The  furnace  "recovers"  therefore  something  better  than  50  per  cent,  of  the 
'  silicon  in  the  coke  ash.  This  silicon  recovery  varies  largely,  and  almost 
exclusively,  with  the  tons  of  metal  made  per  square  foot  of  hearth  area. 
In  addition,  but  to  a  much  less  important  extent,  it  varies  with  the  tem- 
perature of  the  slag.  An  increase  of  100°  in  slag  temperature  increases 
the  silicon  about  0.06  per  cent.  Since  the  silicon  is  thus  so  sl^tly 
affected  by  the  slag  temperature,  it  is  obviously  impossible  practically 
to  determine  the  slag  temperature  from  the  silicon  in  the  metal.  It  is 
scarcely  within  the  scope  of  the  present  paper  to  discuss  this  problem  fur- 
ther; although  the  question  of  silicon  control  may  be  of  importance  to  the 
general  problem  of  furnace  operation  and  control,  the  sole  reason  for  con- 
sidering it  here  was  to  show  that  it  is  but  a  slight  indication  of  the  hearth 
temperature  theoretically  and  that  practically  it  ia  no  indication  at  all. 
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Furnaces  have  been  operated  many  years  on  the  assumption  that  the 
silicoQ  in  the  metal  is  a  hearth  thermometer,  and  it  is  undeniable  that  a 
cold  furnace  (i.e.,  a  furnace  producing  low-silicon  metal)  can  be  cured  by 
increasing  the  coke  charge  per  ton  of  metal.  Equation  1  shows  that  the 
silicon  can  be  raised  by  increasing  the  coke  consumption,  by  virtue  of  the 
fact  that  such  an  increase  in  coke  consumption  increases  the  amount  of 
silicon  in  the  coke  ash,  quite  independent  of  any  change  it  might  produce 
in  the  temperature  of  the  hearth. 

SuLFtJn  IN  THE  Metal  as  a  Ptroheter 

If        «  =  per  cent,  sulfur  in  metal; 
S  =  per  cent,  sulfur  in  sl^; 
t  =  temperature  of  metal,  in  degrees  centigrade ; 
B  =  ratio  CaO  +  MgO  •^  Al,Oi  +  SiO, 
it  can  be  shown  that  the  empirical  equation 

s  -  0.074  +  0.0183  S  -  0.00061  (i  -  1400)  -  0.037  B  (2) 


agrees  with  the  facts  shown  in  Table  1  within  an  average  error  of 
0.0045  per  cent,  sulfur.  Unhke  the  expression  found  for  the  eilicon  in 
the  metal,  this  relation  between  sulfur  and  the  related  operating  quan- 
tities agrees  in  a  general  way  with  the  usual  ideas  held  by  fumacemen. 
The  values  of  the  actual  sulfur  and  of  the  calculated  sulfur  in  the  metal 
for  the  first  eighteen  furnaces  are  given  in  Table  5  and  are  shown  diagram- 
matically  in  Fig.  2. 

The  sulfur  ia  lowered  by  increasing  the  ratio  of  bases  to  acids,  by 
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raising  the  temperature  of  the  metal,  and  by  lowering  the  sulfur  in  the  slag. 
This  i&  the  old  story  of  sulfur  control  but  for  the  first  time  in  quantitative 
form,  and  substantiated  by  a  certain  amount  of  proof.  The  ratio  of 
bases  to  acids  is  used  as  an  independent  variable  here  merely  because  it 
gives  more  concordant  results  than  the  ratio  either  of  bases  to  silica,  or  of 
lime  to  silica.  In  the  same  way  the  temperature  of  the  metal  is  used  in 
preference  to  the  temperature  either  of  the  slag  or  of  the  tuyeres,  because 
the  agreement  is  better.  It  must  be  remembered  that  both  equations 
1  and  2  are  offered  merely  as  empirical  equations  found  by  trial  to  agree 
with  the  observed  facts  with  the  consistency  shown  in  Figs.  1  and  2. 
There  will  be  ample  time  to  theorize  about  these  relations  when  their 
truth  has  been  satisfactorily  established.  It  may  be  of  interest  to  notice, 
however,  that  of  the  three  proposed  expressions  for  the  "basicity" 
of  the  slag  the  ratio  of  bases  to  acids  seems  to  be  the  most  significant. 

Deterhinino  Metal  Temperature  without  Ptrouetbic 
Meabdrsment 
The  sharply  defined  effect  of  metal  temperature  on  the  sulfur  in  the 
metal  suggests  immediately  the  use  of  equation  2  for  determining  this 
temperature.    If  the  equation  is  rewritten 

t   -  1621  +  30  S  -  61  5  -  1666  a  (3) 

the  temperature  of  themetal  can  bedirectly  computed.  Since  from  Table 
3  the  slag  temperature  averages  45°  hotter  than  the  metal  an  approxima- 
tion to  the  slag  temperature  can  also  be  made.    This  has  been  done  and 

Table  5. — Calculated  Svifur  ConierU 


H^. 

'pst. 

^S- 

P«  Cent.' 

^SS^ 

PicSl. 

S?& 

PwCeat. 

1    0.033 

0.033 

0.000 

10 

0.031 

0.026 

+0.005 

'    0.026 

0.033 

-0.008 

11 

0.024 

0.023 

+0,001 

'    0.026 

0.035 

-0.009 

12 

0.030 

0.027 

+0.003 

:    0.034 

0.028 

+0,006 

13 

0.020 

0.016 

+0.004 

0.036 

0.040 

-0.004 

14 

0.036 

0.038 

-0.002 

1    0.044 

0.050 

-0.006 

15 

0.034 

0.026 

+0.00S 

0.03S 

0.038 

-0.003 

Ifl 

0.032 

0,036 

-0.004 

;    0.049 

0.045 

+0.004 

17 

0.041 

0.034 

+0.007 

1    0.049 

0.047 

+0.002 

18 

0.029 

0.033 

-O.OM 

the  results  are  given  in  Table  6.  It  is  observed  that  the  maximum  dis- 
crepancy between  the  observed  and  the  calculated  temperatures  is  16° 
and  that  the  average  discrepancy  ia  7.4°.  As  the  calculated  value 
involves  all  the  errors  in  chemical  analyses  for  S  in  the  metal,  and  for 
CaO,  MgO,  AltOi,  SiO),  and  S  in  the  slag,  the  agreement  is  remarkably 
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close.  Moreover,  as  will  be  mentioned  later,  the  uncertainty  in  the 
pyrometer  readings  on  the  metal  is  easily  7°.  For  any  ordinary  pur- 
pose, calculation  gives  perfectly  satisfactory  metal  temperatures  but 
the  calculated  slag  temperatures  may  be  50°  in  error;  the  average  error 
for  slag  temperature  ia  19.5°.  As  was  shown  by  Table  3,  a  change  of  8° 
corresponds,  in  a  general  sort  of  way,  with  a  100°  change  in  tuyere  tem- 
perature. Hence  it  would  be  expected,  and  it  is  found  to  be  true,  that 
an  attempt  to  trace  back  from  the  sulfur  in  the  metal  to  the  tuyere 
temperature  fails. 

Conclusions  Concerning  Relations  between  Siucon,  Sulfub, 
AND  Hearth  Tbupbratube 

The  facts  presented  and  discussed  above  appear  to  point  to  a  number 
of  conclusions  many  of  which  are  quite  contrary  to  what  h^  heretofore 
been  accepted,  and  which  may  be  of  importance  to  furnace  operators. 
In  summary  form  they  may  be  stated : 


Table  6. — CalculaUd  Metal  and  Slag  Temperatures 

net  C.  1  Blac  Tampentun.  Dshcm  C. 

)ifreTeDo*      i      Aotuftl         CmloulBtod  Differen«je 


1 

1463 

1463 

0 

1626 

1608 

+18 

2 

1467 

1480 

-13 

1624 

1625 

-  1 

3 

1462 

1478 

-16 

1630 

1623 

+  7 

4 

1470 

1459 

+11 

1606 

1604 

+  2 

6 

1443 

1449 

-  6 

1473 

1494 

-21 

6 

1426 

1436 

-10 

1531 

1481 

+50 

7 

1444 

1448 

-  4 

1473 

1492 

-19 

8 

1437 

1430 

+  7 

1451 

1474 

-23 

9 

1437 

1434 

+  3 

1437 

1479 

-44 

10 

1458 

1448 

+  8 

1449 

1494 

-46 

11 

1467 

1466 

+  1 

1469 

161 1 

-42 

12 

1464 

1449 

+  6 

1493 

1494 

-  1 

13 

1473 

1464 

+  9 

1611 

1509 

+  2 

14 

1437 

1441 

-  4 

1481 

1486 

-  5 

IS 

1468 

1466 

+12 

1S14 

1501 

+13 

16 

1469 

1465 

-  6 

1528 

1610 

-18 

17 

1471 

1459 

+12 

1543 

1604 

-39 

18 

1471 

1477 

-  6 

1525 

1523 

+  3 

1.  The  silicon  in  the  metal  is  not  dependent  on  the  chemical  composi- 
tion of  the  slag;  the  temperature  of  the  hearth;  the  silica  content  of  the 
ore;  the  viscosity  of  the  alag;  the  blast  temperature. 

2.  The  sihcon  in  the  metal  is  dependent  on  the  sihca  in  the  coke  ash; 
the  speed  of  operation  expressed  as  tons  of  metal  per  day  per  square 
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foot  of  hearth  area;  the  slag  temperature,  but  to  an  almost  n^ligible 
extent. 

3.  It  is  impossible,  practically,  to  estimate  the  temperature  of  the 
combustion  zone  of  the  metal,  or^of  the  slag  from  any  simple  expressioa 
involving  the  silicon  content  of  the  metal. 

4.  The  sulfur  in  the  metal  is  not,  in  general,  lower  with  high  silicon 
metal. 

5.  The  sulfur  in  the  metal  is  dependent  on  the  sulfur  ia  the  slag;  the 
temperature  of  the  metal;  the  ratio  of  bases  to  acid. 

6.  The  temperature  of  the  metal  can  be  calculated  from  the  sulfur 
in  the  slag,  the  sulfur  in  the  metal,  and  the  ratio  of  bases  to  acids  io  the 
slag.  The  maximum  error  in  this  calculation  ia  16°  C.  and  the  average 
error  is  7.5°.  This  error  may  easily  be  attributed  to  errors  in  chemical 
analyses,  in  pyrometrie  measurements,  to  both,  or  to  the  inaccuracy  of 
the  equation  from  which  the  temperatures  were  calculated. 

7.  The  temperature  of  the  slag  can  be  calculated  from  the  same  vari- 
ables with  a  maximum  variation  of  50°  and  with  an  average  error  of  19.5 


To  the  extent  that  the  furnace  operator  ia  satisfied  with  the  production 
of  metal  that  meets  the  silicon  and  sulfur  specifications,  the  pyrometer 
has  little  to  offer.  Knowing  the  temperature  of  the  slag  and  of  the 
metal  it  is  possible  to  predict  the  analysis  of  the  following  cast.  Know- 
ing the  analysis  of  the  metal  and  of  the  slag,  it  is  possible  to  estimate 
the  temperature  of  the  preceding  cast.  The  pyrometer  has  something 
to  tell  about  what  is  going  to  happen  and  that  perhaps  is  an  advantage. 
Often  a  few  hours  mean  much  in  the  operation  of  a  furnace.  Neverthe- 
less it  is  easily  possible  to  overrate  this  advantage. 

There  is  more  to  the  operation  of  the  blast  furnace,  however,  than 
controlhng  the  silicon  and  sulfur  content  of  the  metal.  The  real  furnace 
problem  is  the  production  of  a  given  tonnage  of  metal  in  the  shortest 
possible  time  and  with  the  least  expenditure  of  materials.  The  preced- 
ing discussion  has  not  touched  that  problem.  The  existence  of  certain 
temperatures  in  the  hearth  has  been  shown  and  their  effect  has  been 
discussed.  A  complete  pyrometrie  study  of  the  blast  furnace  should 
go  further  than  this,  it  should  attempt  to  find  out  the  reason  for  the 
temperatures  observed.  Every  furnaceman  is  trying  to  keep  his  coke 
consumption  at  a  minimum;  the  mark  of  that  minipmrn,  the  sign  which 
says  he  shall  not  go  further,  is  a  cold  hearth.  It  has  been  shown  that 
a  reduction  in  coke  lowers  the  silicon  in  the  metal  without  indicating 
a  drop  in  temperature.  There  is  a  possibility,  therefore — the  writers 
insist,  however,  that  it  is  only  a  possibihty — that  some  fumacemen 
have  stopped  on  the  high  aide  of  the  minimum  from  fear  of  low-sihcon 
iron.  It  ia  where  a  serioua  attempt  is  made  for  a  low-coke  campaign 
that  the  pyrometer  promises  to  be  moat  usef uL    Take  the  case  of  furnaces 
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15  and  16  in  Table  1,  which  were  burning  1518  and  1502  lb.  of  carbon  per 
ton  of  metal.  The  pyrometer  readingB  show  that  there  was  no  danger 
here  of  a  cold  hearth.  The  metal  and  slag  temperatures  are  above  the 
average,  and  the  tuyere  temperatures  are,  respectively,  the  highest  and 
the  third  highest  observed. 

Manoanese  in  the  Blast  Fubnacb 

Manganese  oxide,  like  silica,  is  reduced  at  a  higher  temperature  than 
iron  oxide.  It  is  generally  believed,  therefore,  that  a  blast  furnace 
making  high-silicon  pig,  spiegeleiaen,  or  feiromanganese  must  operate 
with  a  hotter  hearth  than  a  furnace  making  basic  iron.  The  Bureau  of 
Mines  has  published'  a  summary  of  the  temperatures  observed  in  the 
hearth  of  seven  ferromanganese  furnaces  and  five  spiegeleisen  furnaces. 
The  following  figures  will  show  how  the  temperatures  in  the  maiigaaese- 
alloy  furnaces  compare  with  the  temperatures  in  the  iron  furnaces  dis-r 
cussed  above. 

Araiuua,  AvasAOfl,  AvamAOJI. 

Daoun  C.  Dioaiia  C.  'DBDHaBB  C. 

Iron 1708  1498  1455 

Spiegeleisen 1607  1427  1392 

Ferromanganese 1550  1426  1386 

The  manganese-alloy  furnaces  are  considerably  colder  than  the  iron 
furnaces  in  apite  of  the  higher  temperature  required  to  reduce  manganese 
oxide  and  in  spite  of  the  fact  that  the  average  carbon  per  ton  of  metal 
consumed  is  5323  lb.  (2414  kg.)  for  the  ferromanganese  furnace  and  3444 
lb.  (1562  kg.)  for  the  spiegeleisen  furnace. 

It  was  concluded  as  a  result  of  the  Bureau's  investigation  of  manga- 
nese furnaces  that  an  improvement  in  practice  would  result  from  the  use 
of  less  coke  and  from  increasing  the  ratio  of  bases  to  silica  in  the  slag. 
As  an  illustration  of  the  use  of  the  pyrometer  in  furnace  control,  the 
following  figures  may  be  of  interest.  The  writers  observed  the  opera- 
tion of  a  furnace  making  ferromanganese  for  12  days.  Certain  of  the 
daily  operating  quantities  are  shown  in  Table  7.  The  charging  of  this 
furnace  was  done  on  the  basis  of  the  silicon  in  the  metal  and  of  the  opera- 
tor's judgment  of  the  hearth  temperature.  The  ratio  of  bases  to  silica 
was  quite  irregular,  but  in  general  much  too  low.  It  wasonly  on  the  fourth 
and  twelfth  days  that  it  was  anything  near  what  it  should  have  been. 

'  P.  H,  Royuter;  Production  of  FerromanganeBe  in  the  Blast  Furnace.     Bull.  146 
(Feb.,  1919);  Bureau  of  Mines  War  MinsraU  Investigation  Series  No.  5  (Dec.,  1918). 
P.H.Royster:  Production  of  Spiegeleisen  in  the  Blast  Fucnaoe.    Bureau  of  Mines 
War  Miimalt  Invettigatiim  Serin  No.  6  (Dec.,  1918). 
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Table  7. — Daily  Results  of  Furnace  Making  Ferromanganeae 


P   DBdlot 

Ratio 

auiooD 

D<«rM>C. 

DeirMtC. 

PwCent. 

Day 

^■^^'" 

^T^ 

inMeUl, 
PmC«t. 

"sras- 

1 

7,718 

1.34 

2.20 

1,412 

1,671 

11.0 

2 

8,826 

1.36 

2.30 

1,426 

7.8 

7,974 

1.38 

2,06 

1,460 

1,611 

6.1 

8,109 

1.62 

1.58 

1,475 

1,622 

4.9 

8,333 

1.45 

0.61 

1,456 

9.3 

8,1&4. 

1.48 

0.77 

1,466 

1,698 

6.3 

7.886 

1.^ 

1.78 

1,460 

1,614 

6.1 

•    8,834 

1.46 

0.40 

1,514 

8.8 

10,326 

1.42 

0.41 

9.9 

8,669 

1.33 

0.40 

1,'«0 

1,546 

8.6 

8,679 

1.40 

0.93 

1,480 

1,633 

6.6 

6,797 

1.52 

..» 

4.9 

On  these  two  days  the  "basicity"  was  1.52,  and  the  manganese  in  the 
slag  was  4.9.  The  coke  consumption  was  in  every  case  much  too  high, 
its  effect  being  to  increase  the  slag  volume,  lower  the  basicity,  and  in- 
crease the  manganese  lost  in  the  slag.  The  coke  consumption  on  the 
twelth  day  was  but  82  per  cent,  of  the  coke  used  on  the-lourth  day,  but 
the  results  were  much  better,  the  per  cent,  manganese  in  the  slag  being 
equally  low  and  the  slag  volume  lower.  The  failure  of  the  silicon  thermo- 
metric  theorem  to  give  the  true  temperatures  or  to  serve  practically  as  a 
guide  to  good  operation  is  evident  throughout.  Bearing  in  mind  that 
the  average  metal  temperature  in  ferromanganese  practice  is  1386°,  it 
will  be  seen  that  this  was  a  very  hot  furnace.  On  the  eighth  day,  the 
metal  was  extremely  hot  (1514°  C.)  and  yet  the  silicon  had  dropped  over 
night  from  1.78  per  cent,  to  0.40  per  cent.  The  operator,  fearing  a  cold 
hearth,  put  on  extra  coke  that  day,  which  took  about  24  hr.  to  pass  down 
the  stack ,  running  up  the  coke  consumption  on  the  ninth  day  to  the 
remarkable  figure  10,326  lb.  per  ton  but  did  not  raise  the  sihcon.  The 
tons  of  metal  made  on  the  ninth  day  was  only  38  compared  with  47  on 
the  eighth  day.Bnd  an  average  of  about  50  tons  per  day  for  the  first  seven 
days.  It  can  be  shown  that  it  cost  the  furnace  profits  about  $3000  on 
the  ninth  day  to  conclude  that  the  furnace  was  getting  cold  because  the 
silicon  dropped  from  J  .78  per  cent,  to  0.40  per  cent. 

MlSASTTBEUBNT  OF  TeMPBBATUBES  AT  THB  BlAST  FoBNACB 

The  pyrometric  measurements  upon  which  the  figures  in  this  paper 
are  based  comprise  over  thirty-six  hundred  readings  at  iron  furnaces  and 
about  forty-one  hundred  readings  at  manganese  furnaces.  The  instxu- 
ments  used  were  Morse  type  optical  pyrometers,  the  outfit  consisting  of 
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two  telescopes  and  absorption  screens,  four  lamps,  and  three  Weston 
milliammeters.  The  lamps  and  one  of  the  absorption  screens  were  cali- 
brated by  I^eeds  &  Northnip.  The  milliammeters  were  calibrated  at 
intervals  during  the  investigation  in  the  Bureau's  laboratories  against  a 
standard  resbtance  and  a  standard  cell.  Effort  was  made  to  avoid 
instrumental  errors  by  frequent  interchanging  of  the  four  variable 
combinations;  observer,  lamp,  screen,  and  milliammeter.  There  were 
forty*eigbt  of  such  combinations  possible  and  the  concordance  was 
satisfactory  at  all  times,  except  in  the  case  of  the  Weston  ammeter. 
One  of  them  suddenly  began  reading  110°  C.  high,  and  it  was  necessary 
to  attach  a  shunt  to  it.  All  of  them  persist  in  collecting  particles  of  iron, 
or  magnetic  iron  oxide,  on  the  magnets  obstructing  the  movement  of  the 
swinging  coils. 

The  measurement  of  the  metal  temperature  is  the  simplest  of  the 
three  measurements  the  writers  have  attempted.  The  telescope  can  be 
s^hted  from  a  distance  of  about  10  ft.  (3  m.)  on  the  metal  stream  flowing 
over  the  dam  just  below  the  skimmer.  Occasionally  the  presence  of 
traces  of  slag  carried  along  with  the  metal  causes  trouble.  Following 
But^ess,  the  emissivity  of  iron  has  been  taken  to  be  0.40. 

The  measurement  of  the  slag  temperature  is  somewhat  more  difficult. 
The  viscosity  of  the  slags  observed  varied  from  3  to  20  C.  G.  S.  and  the 
arrangement  of  the  slag  runner  is  different  at  each  furnace,  although  in 
general  all  of  them  are  difficidt  to  observe.  Considerable  "spitting"  at 
the  cinder  notch,  clouds  of  sulfur-bearing  gases  arising  from  the  stream, 
the  presence  of  small  pieces  of  chilled  slag  on  the  surface  of  the  flowing 
cinder  combine  often  to  tax  one's  ingenuity  to  get  a  fair  sight  on  the  slag. 
The  emissivity  of  the  slag  has  been  taken  to  be  0.65  although  it  seems 
probable  that  O.70  is  more  nearly  correct.  This  change  in  assumed 
emissivity  would  necessitate  subtracting  10"  G.  from  the  slag  tempera- 
tures as  recorded  in  Table  1. 

The  most  difficult  reading  of  all  ia  that  of  the  so-ealled  "tuyere  tem- 
perature." In  the  first  place,  there  are  several  different  things  visible 
through  the  tuyere  glass.  Coke  in  dancing  lumps,  each  at  a  different 
temperature,  can  be  identified  with  certainty;  very  rarely  can  anything 
resembling  a  liquid  be  seen.  The  falling  "globules"  of  slag  and  metal  on 
their  way  from  the -bosh  to  the  hearth  have  doubtless  been  described 
more  often  than  they  have  been  seen.  About  a  third  of  the  time,  at  the 
average  furnace,  nothing  is  visible  except  a  flame.  The  tuyere  tempera- 
tures recorded  in  Table  1  are  merely  the  average  of  several  hundred  read- 
ing at  each  furnace  taken  at  random  through  unselected  tuyeres  with 
the  hope  that  such  an  average  will  more  or  less  approximate  the  average 
temperature.  There  is  no  combustion-zone  temperature  apart  from  the 
average  combustion-zone  temperature.  The  uncertainty  here  is  not  so 
much  due  to  difficulties  in  reading  as  to  difficulty  in  defining  a  tempera- 
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ture.  A  correction  to  the  observed  temperature  must  be  made  in  the 
case  of  tuyere  temperaturea  on  account  of  the  absorption  of  the  glass 
screen  in  the  tuyere  sight.  This  has  been  taken  to  be  25°  C,  which  is 
probably  low.  This  absorption  with  a  very  clean  glass  may  be  as  low 
as  15°;  but  due  to  the  flue  dust  in  the  hot  blast,  picked  up  in  its  journey 
through  the  stoves,  the  tuyere  glass  is  never  perfectly  clean.  To  add 
another  25°  to  the  tuyere  temperatures  in  Table  1  would  probably  more 
closely,  approach  the  truth. 

DISCUSSION 

A.  L.  Fbild,  Cleveland,  Ohio  (written  diBcusaion*). — In  equation  2, 
B  is  used  to  denote  the  ratio  of  bases  (lime  plus  magnesia)  to  acids 
(alumina  plus  siUca)  it  being  stated  that  this  ratio  gives  more  concordant 
results  than  the  ratio  either  of  bases  to  silica,  or  of  lime  to  silica.  I  find, 
however,  that,  by  making  use  of-  the  ratio  between  true  CaO  (CaO 
by  analysis  minus  sulfur  calculated  to  CaS)  to  acids,  equation  2  may  be 
modified  to  agree  with  the  observed  facts  within  an  average  error  of 
0.0041  per  cent,  sulfur  instead  of  0.0045  per  cent.  The  revised  equation 
is 

8  =  0.072  +  0.0183S  -  0.00061  (t  -  1400)  -  0.0403B 

where  B  is  the  ratio  of  true  CaO  to  A1»0»  plus  SiOi,  and  the  other  symbols 
have  the  same  significance  as  before.  ^ 

I  would  not  appear  to  stress  too  much  this  slightly  better  agreement 
of  the  revised  equation  with  the  observed  sulfur.  Yet  I  believe  that  the 
use  of  this  ratio  of  true  CaO  to  acids  is  to  be  preferred,  if  for  no  other 
reason  than  the  fact  that  it  is  more  in  harmony  with  the  previous  finding 
of  the  Bureau  of  Mines  with  regard  to  the  effect  of  magnesia  and  other 
impurities  on  slag  viscosity.'  " 

The  empirical  relations  found  for  the  twenty  furnaces  investigated 
should  be  of  great  interest  both  to  the  metallurgist  and  the  f  umaceman, 
but  to  establish  firmly  the  vaUdity  of  these  equations,  the  investigation 
should  include  a  somewhat  wider  range  of  practice.    For  instance,  Table 

1  includes  no  pig  iron  with  more  than  0.050  per  cent,  sulfur.  So  far  as 
this  element  is  concerned,  all  the  cases  cited  fall  within  what  is  generally 
designated  as  good  practice  in  the  case  of  foundry,  basic,  or  Bessemer 
iron,  but  the  examples  do  not  cover  the  entire  range  of  good  practice. 
Iron  with  0.060  per  cent,  sulfur  is  quite  commonly  used  in  the  basic 
open-hearth.  Data  for  several  irons  a  little  high  in  sulfur  or  off-grade 
would  permit  a  proper  estimate  to  be  placed  upon  the  value  of  equation 

2  as  an  instrument  in  everyday  works  control.    Similarly,  equation  1, 

*  Received  Sept.  24.  1919. 

'A.  L.  Feild  snd  P.  H.  Royster:  Slag  Viacoeity  Tables  for  BlMt-fumwo  W«k. 
reck.  Paper  187  (1918)  4  et  soq. 


joovGoot^lc 


DI8CD88IOM  559 

dealing  wkh  the  per  cent,  of  silicon  in  the  metal,  would  be  even  more 
convincing  if  it  were  to  apply  to  a  wider  range  than  from  0.96  to  1.76  per 
cent,  ailicon.  Nevertbeleea,  even  within  the  range  of  practice  covered, 
it  ia  remarkable  that  any  arithmetical  relations,  however  empirical, 
have  been  eetabUahed. 

Probably  the  statement  that  will  meet  the  most  opposition  from 
fumacemen  is  that  the  sulfur  in  the  metal  is  not,  in  general,  lower  with 
high-silicon  metal.  1  believe,  however,  it  is  possible  to  reconcile  the 
accepted  ailic on-sulfur  theorem  with  this  radical  conclusion.  The  latter 
is  based  on  observations  on  twenty  different  furnaces,  operated  under 
diverse  conditions  and  with  the  usual  differences  in  dimensions,  tendency 
toward  slips,  uniformity  of  blast  distribution  and  stock  descent.  While 
it  has  been  possible  to  derive  from  sueh  data  empirical  formulas  that  hold 
remarkably  well  for  the  case  of  silicon  and  of  sulfur,  taken  separately, 
it  would  be  much  more  difficult  to  correlate  silicon  and  sulfur  over  the 
wide  range  of  practice  selected.  It  is  hoped  that  the  validity  of  equations 
1  and  2  will  be  further  proved  by  a  series  of  experiments  on  a  single 
furnace,  covering  a  considerable  range  of  sulfur  and  sihcon  values.  By 
confining  the  application  of  the  two  equations  to  a  single  furnace,  a 
relation  may  be  deduced  which  will  show  that,  in  these  circumstances, 
the  sulfur  in  the  metal  is,  in  general,  lower  with  high  silicon  content. 

By  making  a  single  assumption,  which  appears  permissible,  it  can 
be  shown  from  the  data  in  Table  1  that  there  is  a  well-de&ned  relation 
between  silicon  and  sulfur,  and  of  the  sort  expected.  It  will  be  observed 
that  the  corresponding  temperatures  of  slag  and  metal,  given  in  columns 
3  and  4  respectively,  do  not  differ  on  the  average  by  more  than  51°. 
Measurements  of  slag  and  metal  temperatures  are  subject  to  experi- 
mental errors,  particularly  the  former.  If  10°  is  subtracted  from  the 
slag  tempsratures,  as  suggested  by  Messrs.  Royster  and  Joseph,  to 
correspond  to  an  emissivity  of  0.70  instead  of  0.66,  the  average  difference 
between  slag  and  metal  temperatures  will  be  only  41°.  For  our  present 
purpose,  we  will  assume  that  the  temperatures  of  slag  and  metal  are 
equal  for  any  given  furnace.  It  is  then  readily  proved  that  equations 
1  and  2  may  be  combined,  thus 


Si  +  28(^7  7)  -  J^(0.263  +  0.36S  -  0.0732B  +  0.143  ^J 


(o) 


where  St  is  equal  to  the  silicon  in  the  metal,  jS  the  per  cent,  of  sulfur 
in  the  slag,  and  the  other  symbols  have  their  former  significance. 

If  d^ired,  B  may  be  replaced  by  B',  where  B"  is  equal  to  the  ratio 
of  true  lime  to  alumina  plus  silica,  in  which  case  the  equation  becomes 

Si  +  28  (^^^)  -  ^'7(0.260  +  QMS  -  0.0792B'  +  0. 143  -^,\    (b) 

D.qit.zeaOvGoOt^lc 


560  PVROMETRY  IN  BLA8T-FUBNACB   WORK 

An  examination  of  equation  a  showsthat  when  the  pounds  of  coke  per 
ton  of  metal,  the  per  cent,  of  silica  in  the  coke,  the  tons  of  metal  made 
in  24  hi.,  the  sulfur  in  the  slag,  and  the  basicity  of  the  slag  are  held  con- 
stant, the  quantity 

Si  +  2k8  -  constant  (c) 

FM 
where  A;  is  a  constant  equal  to  vi  _'    In  order  for  (Si  +  2ks)  to  be 

constant,  it  is  necessary  for  the  ailicoc  to  go  up  when  the  sulfur  goes 
down,  and  vice  versa.  Such  a  change  might  be  produced  by  a  fall  in 
blast  temperature,  an  increase  or  decrease  in  atmospheric  moisture,  or  a 
change  in  the  regularity  of  movement  of  the  stock.  For  this  particular 
furnace,  therefore,  a  sudden  unexpected  increase  or  decrease  in  silicon  is 
accompanied  by  an  opposite  change  in  the  sulfur  content.  If  lime  or 
coke  is  put  on  or  taken  off,  there  ie  another  set  of  conditions  to  which 
equation  c  applies,  but  with  a  different  value  for  the  constant  on  the 
right  hand  side  of  the  equation. 

Since  the  values  for  M,  the  per  cent,  sihca  in  the  coke,  and  for  D, 
the  diameter  of  the  heajth  are  not  given,  it  is  not  possible  to  apply 
equations  a  or  b.  Such  a  computation  would  be  interesting  as  it  would 
indicate  what  percentages  of  silicon  would  be  expected  for  various 
arbitrarUy  chosen  sulfur  values.  The  silicon-sulfur  curves  for  each 
of  the  twenty  furnaces  might  disclose  some  important  relationships. 

With  regard  to  the  effect  of  slag  viscosity  on  silica  reduction,  it  has 
been  deduced  elsewhere,'  on  theoretical  grounds,  that  a  fluid  slag  is  not 
necessary  because  diffusion  is  a  minor  item.  I  would  like  to  see,  however, 
some  attempt  made  to  correlate  desulfurizing  power  with  slag  viscosity, 
temperature,  and  basicity.  The  sulfur  distribution  between  slag  and 
metal  is  probably  largely  a  matter  of  diffusion,  although  we  do  not  possess 
such  quantitative  proof  of  the  theory  as  Messrs.  Royster  and  Joseph 
have  offered  in  support  of  the  principal  conclusions  of  their  paper. 

C.  P.  LmviLLB,  Elisabeth,  N.  J. — I  am  thoroughly  convinced  that 
silicon  in  pig  iron  is  directly  correlated  with  slag  temperature,  and  I 
want  to  outline,  perhaps  in  a  little  different  way,  some  work  I  did  about 
10  years  ago. 

It  m^ht  be  well,  first  of  all,  to  state  that  the  temperature  obtained 
by  burning  coke  in  a  blast  furnace  is  affected  by  several  things.  That 
temperature  is  merely  a  result  of  heat-forming  reactions,  the  principal 
one  of  which  is  the  burning  of  carbon  to  carbon  monoxide,  and  the 
heat  is  absorbed  by  the  products  of  the  combustion  and  the  materials 
in  the  hearth.  The  temperature  to  which  those  materials  are  raised  is 
directly  proportional  to  their  amount  and  to  the  amount  of  heat  available. 
That,  of  course,  has  all  been  worked  out  before. 

■Bureau  of  Mines  Teeh.  Paper  187,  14-lS. 
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Now,  in  the  blast  furnace,  the  variables  are  the  hot-blast  temperature 
and  the  composition  of  the  air  used,  particularly  as  regards  moisture. 
We  get  a  hotter  fire  with  a  heated  blast  than  with  cold  blast  and  with 
dry  air  than  with  moist  air  on  account  of  the  heat  of  decomposition  of 
the  water  vapor  present  and  the  variable  specific  heats  of  the  gaseous 
products  of  combustion.  It  seems  to  me,  therefore,  that  data  which 
leave  out  of  consideration  the  matter  of  hot-blast  temperatures  and  the 
moisture  content  of  the  air  blown  neglect  two  very  important  things. 
I  admit  that  this  paper  seems  to  show  that  with  average  conditions  being 
practically  the  same,  there  is  perhaps  no  correlation  between  observed 
slag  temperature  and  percentage  of  sihcoo  in  the  pig  iron ;  but  if  you  take 
a  single  furnace  and  observe  that  furnace  from  cast  to  cast,  you  will  find 
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that  slag  temperature  as  it  rises  or  falls  is  accompanied  by  variations  in 
the  silicon  content  which  bear  a  fixed  relationship. 

For  a  period  of  almost  a  month,  I  followed  the  operation  of  a  furnace 
from  which  we  obtained,  hourly,  moisture  readings  of  the  gases  of  the 
air  blown  in.  We  had  a  continuous  record  of  hot-blast  temperatures 
and  got  from  the  laboratory  the  analysis  of  every  cast  of  iron  made. 
From  these  data  the  figures  were  averaged  over  the  period  between  casts. 
For  instance,  we  would  find  an  average  hot-blast  temperature  for  the 
6  hr.  preceding  the  cast,  which  would  be,  we  will  say,  639°  F.  (338°  C). 
We  found  a  certain  amount  of  average  moisture  content  in  the  air  during 
that  time,  say,  6.9  gr.  per  cu.  ft.  From  data  worked  out,  having  those 
two  figures,  we  can  determine  the  theoretical  combustion  temperature  of 
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coke  burned  under  those  conditiouB,  which  is  found  to  be  3380°  F. 
(1860"  C). 

If  the  theoretical  combustion  temperature  for  these  periods  and  the 
silicon  content  of  the  iron  for  each  of  these  Casts  are  plotted,  there  is 
found  to  be  a  marked  Bimilarity  between  the  variations  in  the  curves  for 
the  silicon  content,  and  for  the  theoretical  combustion  temperature, 
showing,  it  seems  to  me,  that  there  is  a  relationship  between  combiistion 
and  sihcon  content.  The  accompanying  chart  will  illustrate  the  above 
contentions. 

I  will  say  that  for  periods  of  10  days,  at  least,  we  found  combustion 
temperatures  almost  identical,  in  their  variations  up  and  down,  with 
the  percentage  of  silicon  found  in  the  pig  iron;  and  in  this  particular 
furnace  under  the  particular  conditions  which  they  were  operating,  with 
the  same  burden  runnii^  along,  we  found  in  general  a  change  of  0.1 
per  cent,  of  silicon  in  the  pig  iron  was  caused  by  a  difference  of  17.5°  in 
the  actual  theoretical  combustion  temperature,  which  might  be  caused 
by  either  a  change  of  20°  F.  in  the  hot-blast  temperature  or  0.7  gr.  in 
moisture  per  cubic  foot  of  air  blown.  These  figures  are  not  to  be  taken 
as  general  for  all  blast-furnace  work  but  for  the  particular  furnace  we  were 
observing  with  the  burden  that  it  was  carrying. 

P.  H.  RoTSTBR. — I  agree  with  Mr.  Linville  that  the  moisture  in 
the  blast  has  an  important  effect  on  furnace  operation.  The  aver- 
age furnace  operator  does  not  think  so,  however,  and  hence  makes  no 
systematic  attempt  to  measure  the  humidity  of  the  engine-room  air. 
For  this  reason  the  authors  were  unable  to  obtain  records  of  the  mois- 
ttire  in  the  blast. 

Mr.  Feild  suggests  that  a  furnace  be  run  in  such  a  manner  that  all 
of  the  operating  factors  remain  constant,  except  the  one  factor  which  is 
under  investigation.  This  is  an  excellent  suggestion.  It  is  impracticable 
in  any  ordinary  plant,  where  two  or  three  operating  quantities  remain 
constant  over  any  considerable  period  of  time.  But  it  cannot  be  sum- 
marily dismissed  as  an  impossible  one.  The  scheme  is  a  promising  one; 
a  few  weeks  of  such  operation  would,  for  investigative  purposes,  be 
worth  a  year's  operation  under  ordinary  conditions. 

C,  P.  Linville. — I  admit  that  all  of  the  pyrometrical  work  I  have 
done  on  blast-furnace  slag  temperature  is  subject  to  considerable  cor- 
rection. The  work  I  did  was  on  temperatures  of  pig  iron  and  slag  as 
running  from  a  furnace  taken  by  a  pyrometer  with  no  corrections  made. 
I  did  not  consider  accuracy  with  regard  to  temperatures  and  variables 
necessary  but  differences  from  time  to  time.  Nothing  further  has  been 
done  along  the  Une  of  actually  determining  temperatures. 

I  felt  that  we  had  a  certain  amount  of  evidence  at  that  time  which  bore 
out  the  perfectly  reasonable  assumption  that  the  actual  sl^  tempera- 
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tuFBs  and  the  actual  iron  temperatures  were  direct  functions  of  the 
theoretical  combustion  temperatures  and  that,  perhaps  on  account 
of  the  difficulty  in  reading  actual  temperatures,  results  could  be  correlated 
a  great  deal  better  on  the  basis  of  theoretical  temperature,  which  might 
be  several  degrees  higher  than  observed  temperature  would  be. 

With  regard  to  the  influence  of  moisture,  a  great  many  blast  furnaces 
take  their  air  supply  from  points  that  have  considerably  higher  moisture 
and  much  more  variable  moisture  content  than  the  local  weather  bureau 
would  show.  Just  to  show  the  variation,  the  moisture  at  7.00  a.m.  on 
this  particular  date,  in  the  air  being  blown  into  a  furnace  was  II. 1  gr. 
per  cu.  ft.  That  is  for  the  average  6-hr.  period  ending  at  7.00  a.m.  In 
the  average  6-hr.  period,  ending  at  1.00  p.m.,  the  moisture  had  fallen 
to  7,8  gr.  We  went  from  a  very  high  humidity  to  a  relatively  low  rate, 
BO  that  local  weather  reports  taken  from  a  point  some  distance  away 
from  the  furnaces  have  very  little  relationship  between  the  actual  figures 
that  you  would  get  if  you  were  close  to  the  furnace. 

P.  H.  RoYSTER  AND  T.  L,  Jo8£Pii  (author's  reply  to  discussion*). — 
Mr.  Linville*  has  published  a  record  of  the  temperature  of  the  slag  from  a 
300-ton  furnace  as  measured  by  him  with  a  Fery  radiation  pyrometer 
in  1909.  On  p.  276  he  has  shown  graphically  the  slag  temperature  by 
6-hr.  perio.ds  from  2.00  a.  m.  Feb.  13  to  8.00  p.  u.  Feb.  15.  The  silicon 
in  the  metal  varied  from  2.08  to  1.02  per  cent.  -We  have  grouped  his 
casts  into  two  groups,  high-silicon  metal  and  low-silicon  metal,  as  follows : 
High  sihcon,  2  a.  h.,  S  a.  m.,  2  p.  m.,  Feb.  13:  S  a.  m.,  2  p.  m.,  8  p.  H., 
Feb.  15;  Low  silicon,  8  p.  m.,  Feb.  13  to  2  a.  m.  Feb.  15. 

In  addition  to  the  values  of  slag  temperature  and  of  silicon  content 
in  the  metal,  he  gives  figures  for  the  "theoretical  combustion  of  car- 
bon," to  which  he  seems  to  attach  importance;  we  do  not  understand 
how  he  calculates  this  temperature,  nor  what  it  means  when  he  has 
calculated  it,  but  we  have  included  these  values  in  the  group  averages 
to  show  that  they  do  not  explain  the  changes  in  the  silicon  content  of 
the  metal.  All  of  his  slag  temperatures  have  been  converted  into  de- 
grees Centigrade,  and  have  been  raised  60"  C. — the  emisaivity  correction 
we  have  used  in  our  own  paper.  Mr.,Linville  seems  to  tliink  that  there 
is  some  disagreement  between  his  observations  and  ours.  For  com- 
pariaoD,  therefore,  we  give  below  our  twenty  furnaces  grouped  in  the 
same  manner  in  which  we  have  grouped  his  casts;  namely,  the  ten  furnaces 
showing  the  higher  silicon  and  the  ten  furnaces  showing  the  lower 
silicon. 

The  slag  temperature  is  not  dependent  on  the  silicon  in  the  metal 
based  on  either  Mr.  Linville's  or  our  own  data.  Further,  there  is  no 
relation  between  silitrona  in  Mr.  Linville's  casts  and  his  theoretical 
_    •  Received  Feb.  6,  1920.         _  « Trant.  (1910)  11,  268-279. 
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Silicon  in  metal 

Observed  et^  temper&ture,  de- 
grees C 

Theoretical    combuetinn 
perature,  degreee  C 


RoyalH  and  Jotrpb 


combustion  temperature  of  carboD.  He  refers  to  some  work  he  did 
"about  10  years  ago,"  which  seems  to  refer  to  the  paper  of  1909  we  have 
quoted.  He  states,  however,  that  his  observations  covered  the  period 
of  "almost  a  month,"  which  indicates  that  he  has  two  sets  of  obser\'a- 
tions  only  one  of  which  has  been  published.  He  now  presents  &  curve 
showing  the  results  of  the  operation  of  a  furnace  for  10  days  in  August, 
1910.  Presumably  this  is  10  of  the  30  days  he  refers  to.  We  have 
read  oflf  from  his  curve  37  years  of  values  for  "  theoretical  combustion 
temperature"  and  observed  silicon  content  in  the  metal.  There  is 
definite  evidence  of  a  relationship  between  these  two  quantities  which 
may  be  expressed  by  the  equation 

-Si  =  0.009(T  -  3000)  -  0.50  '  (4) 

Where  Si  =  silicon  content  of  metal,  in  per  cent.; 

T  •=  theoretical  combustion  temperature,  in  degrees  F. 

The  average  difference  between  the  observed  silicon  and  the  silicon 
calculated  from  equation  4  is  0.32  per  cent,  silicon,  the  maximum  va- 
riation being  0.82  per  cent. 

We  may  summarize  the  evidence  oflfered  by  Mr.  Linville  as  follows: 
Mr.  Linville  has  shown  that  the  silicon  in  the  metal  was  not  dependent 
on  the  theoretical  combustion  temperature  in  the  case  of  a  furnace  in 
February,  1909.  He  has  shown  that  the  silicon  in  the  metal  was  de- 
pendent on  the  theoretical  combustion  temperature  in  the  case  of  the 
same  (or  another?)  furnace  in  August,  1910. 

It  would  be  difficult  for  us  to  explain  why  Mr.  Linville's  data  du 
not  agree,  sA  he  gives  little  information  about  the  other  conditions  of 
furnace.  We  are  not  even  going  to  try  to  explain  it,  because  we  are 
not  greatly  interested  in  any  theoretical  combustion  temperature.  Ap- 
parently Mr.  Linville  has  20  more  days'  worth  of  data  which  he  has 
not  published.  If  these  data  were  available  we  might  be  able  to  draw 
several  more  conclusions,  all  different  aiid  all  equally  good. 

We  have  felt  in  the  course  of  observing  temperatures  at  fumacci, 
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in  writing  about  them,  and  in  reading  what  othere  have  written  that 
it  ia  possible  to  take  a  list  of  observed  temperatures  too  much  for  granted. 
Observed  temperatures  and  the  conclusions  derived  from  them  should 
not  be  accepted  as  correct,  ignoring  experimental  error,  nor  should 
they  be  dismissed  as  incorrect  because  of  experimental  error  unless 
the  correct  attitude  is  really  known.  In  our  present  paper,  we  have 
printed  three  average  temperatures  for  each  of  twenty  furnaces 
and  none  of  these  temperatures  on  their  face  show  any  justification 
for  themselves.  The  metal  temperatures  are  too  nearly  constant  and 
the  tuyere  temperatures  are  not  constant  enough.  Our  observed  read- 
ings do  not  bear  out  what  Mr.  Linville  calls  the  "  perfectly  reasonable 
assumption"  that  the  slag  and  the  metal  temperatures  are  a  function 
of  the  combustion  temperatures.  Neither  do  they  bear  out  the  assump- 
tion Mr.  Feild  has  endeavored  to  make,  that  the  slag  temperature 
and  the  metal  temperature  are  identical. 

A  little  eleinentary  physics  will  show  that  the  temperature  of  the 
slag  cannot  be  the  same  as  the  temperature  of  the  metal.  Part  of  the 
slag  is  formed  from  the  ore  gangue  and  the  flux;  this  part  of  the  slag 
falls  into  the  hearth  with  the  metal.  If  there  were  no  ash  in  the  coke, 
the  slag  and  the  metal  would  come  from  the  furnace  at  the  same  tem- 
perature. The  coke  ash  cannot  fall  into  the  hearth,  however,  until  the 
carbon  in  the  coke  is  burned  at  the  tuyeres.  When  the  coke  ash  does 
fall  into  the  hearth,  it  is  at  the  temperature  of  the  tuyeres.  Since  the 
tuyere  temperature  is  usually  350°  C.  higher  than  the  metal  temperature, 
the  coke  ash  will  heat  the  slag  above  the  metal  temperature.  It  is  a 
simple  matter  to  calculate  how  much  this  temperature  will  be 

If  M  =  total  slag  per  ton  of  metal; 

A  =  coke  ash  per  ton  of  metal ; 

Ti  =  temperature  of  coke  in  combustion  zone— tuyere  tem- 
perature; 

7*:  =  temperature  at  which  gangue,  flux,  and  metat  fall  into 
hearth— metal  temperature; 

T»  =  temperature  resulting  from  mixture — slag  temperature; 

8i  =  specific  heat  of  ash; 

St  =  specific  heat  of  gangue  plus  flux; 


StM^ 


■  Ti)K 


where  K,  taken  for  simplicity  to  be  a  constant,  is  the  slag's  drop  in 
temperature  due  to  the  heat  loss  to  its  surroundings.  The  difficulty  in 
applying  this  equation  lies  in  the  uncertainty  as  to  just  how  much  coke 
ash  is  charged  per  ton  of  metal,  this  uncertainty  coming  from  the  failure 
of  coke  analyses  to  more  than  hint  at  the  actual  ash  and  from  the  pre- 
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vailing  habit  of  charging  coke  without  weighing  it.  Equation  1  in  the 
paper,  Jiowever,  shows  the  relation  between  the  silicon  in  the  metal 
made  and  the  coke  ash  and  can  be  used  to  calculate  the  coke  ash  more 
closely  than  we  can  guess  at  this  figure  from  the  furnace  records.  The 
accompanying  table  shows  the  slag  temperatures  calculated  from  the 
equation  here  given,  using  the  ash  as  calculated  from  equation  1. 


Numb^ 

'^^ 

Alb  fcom 
EquBtion 

(1) 

ObKrmlSlM 

eulatcd  uid 

■    7 

12.0 

12.6 

1467 

1473 

6 

8 

12.0 

11.2 

1437 

1461 

14 

9 

12.0 

13.4 

1448 

1437 

11 

10 

12.0 

11.1 

1495 

1449 

44 

11 

11.9 

10.6 

1553 

1469 

16 

12 

'    11.9 

12.9 

1491 

1493  . 

2 

13 

10,7 

11.2 

1499 

1511 

12 

14 

10.7 

10.2 

1476 

1481 

s 

15 

11.0 

11.7 

1516 

1514 

2 

16 

11.0 

10,0 

1523 

1528 

6 

17 

11.2 

10.6 

1553 

1543 

10 

18 

11.2 

10.0 

1537 

1526 

12 

19 

13.3 

M.2 

1822 

1499 

23 

20 

13.3 

12.8 

1500 

1601 

1 

The  average  difference  between  the  calculated  and  the  observed  slag  tem- 
perature is  12°.  The  maximum  error  occurs  in  the  case  of  furnace  10 
for  which  furnace  the  observed  slag  temperature,  1449°,  is  lower  than 
the  observed  metal  temperature,  1456°.  This  points  to  an  error  in  ob- 
servation or  to  an  irregular  furnace.  If  this  furnace  be  omitted  from 
the  list  the  average  difference  between  the  calculated  and  observed  slag 
temperatures  is  only  10°  C. 

The  significance  of  this  calculation  is  important.  It  ties  the  three 
kinds  of  temperatures  together.  The  actual  slag  temperature  being  a  re- 
sult of  mixing,  on  an  average,  2  lb.  of  coke  ash  at  1700°  "C.  with  8  lb. 
of  gangue  plus  flux  at  1450°  must  lie  20  per  cent,  of  the  distance  between 
1450°  and  1700°;  i.e.,  1500°.  The  fact  that  the  law  of  mixture  Mds 
with  an  accuracy  of  10°  is  surprising.  Leaving  out  the  inaccuracy  of 
the  furnace  records,  we  have  left  only  an  average  error  of  10*  to  be  split 
between  the  slag,  metal,  and  tuyere  temperature  readings.  An  error 
of  10°  in  tuyere  temperature  will  cause  an  error  of  but  2°  in  slag  tem- 
perature. The  probable  division  of  error  would  be  2°  to  the  metal,  5° 
to  the  slag,  and  15°  to  the  tuyeres. 
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Pyrometry  and  Steel  Manufacture 

BT  A.  H.  muxer,  philaselphia,  pa. 

(Cbiuco  MmUdc.  Sdpttmber,  ISlfi) 

Tbuperaturb  conaideratioDB  are  of  prime  importance  in  the  manufac- 
ture of  steel  products — from  the  time  the  metal  is  produced  in  the  melting 
furnace,  where  the  chemical  reactions  have  a  direct  dependeoce  on  the 
temperatures  of  the  bath,  to  the  final  machining  of  work  on  which  the 
expansion  due  to  the  rise  in  temperature  of  the  forcings  during  machining 
muflt  be  allowed  for.  Methods  employed  and  difficulties  encountered 
in  some  of  the  more  important  steps  are  here  outlined.  These  methods 
are  the  result  of  years  of  experience,  with  many  methods  of  temperature 
determination,  and  have  been  successful  in  routine  works  practice  in 
the  manufacture  of  high-quality  steels. 

In  the  operations  of  melting,  forging,  and  heat  treatment,  if  the  prod- 
duct  is  to  be  of  the  best  quality  each  operation  must  be  carefully  followed 
through.  A  high-quality  product  cannot  be  obtained  even  with  the  best 
heat  treatment  if  the  steel  is  poorly  melted,  and,  conversely,  the  best 
steel  ever  made  may  be  spoiled  by  inefficient  heat  treatment.  To  per- 
form the  best  work  in  any  of  these  operations,  temperatures  must  be 
accurately  regulated. 

Melting  Temperatures 

In  the  regulation  of  steel  melting  temperatures,  open-hearth  furnaces 
will  be  taken  as  presenting  typical  difficulties  in  temperature  deter- 
mination. If  acciuate  methods  of  temperature  determination  can  be 
evolved  for  use  in  the  open-hearth  furnace,  the  same  methods  will  be  as 
successful  in  the  crucible  or  electric  furnace  process.  Possibilities  as  to 
methods  are :  by  means  of  optical  pyrometers,  by  means  of  thermocouples, 
and  by  means  of  arbitrary  standards  which  may  possibly  employ  either 
of  the  other  two  methods  as  an  auxihary. 

Optical  Pyrometer. — In  regard  to  optical-pyrometer  determinations, 
the  difficulties  are  the  lack  of  black-body  conditions  in  the  furnace  and 
the  fact  that  it  is  only  with  great  difficulty  that  the  steel  in  the  bath  may 
be  observed. 

Lack  of  black-body  conditions  is  responsible  for  considerable  inac- 
curacy in  taking  measurements,  although  this  source  of  error  may  not  be 
great  enough  to  condemn  the  method.  The  fact  that  the  steel  itself 
cannot  be  observed  is,  however,  of  prime  importance.    Such  data  as  have 
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been  obtained  indicate  that  the  slag  covering  of  the  bath  may  differ  in 
temperature  from  the  steel  by  as  much  ae  200°  F.  (94°  C.)  and  that  the 
walls  or  roof  of  the  furnace  may  show  even  a  greater  variation.  Tem- 
perature determinations,  by  means  of  the  optical  pyrometer,  may  be 
made  on  small  samples  of  the  steel  lifted  from  the  furnace  and  poured 
with  the  optical  pyrometer  sighted  on  the  stream.  Having  measured 
the  elapsed  time  between  taking  metal  from  the  bath  and  s^hting  the 
optical  pyrometer,  the  temperature  of  the  bath  may  be  deduced  by  ex- 
trapolatioa.  A  serieB  of  such  meaeurements  should  be  taken  to  arrive 
at  an  approximation  of  the  temperature  of  the  bath.  Another  method 
of  obtaining  similar  measurements  is  to  lift  a  spoon  of  metal  from  the 
bath  and  pour  it  immediately  into  a  small  test  mold,  readings  being 
taken  on  the  surface  of  the  inetal  in  this  test  mold  at  definite  intervals 
of  time  until  the  surface  of  the  metal  freezes.  Having  taken  time  in- 
tervals with  a  stop  watch  simultaneously  with  the  optical-pyrometer 
readings  a  curve  can  be  drawn  which,  extrapolated  back  to  the  time  when 
the  metal  was  removed  from  the  bath,  will  give  an  approximation  of  the 
bath  temperature.  It  is  probable  that  these  two  methods  arrive  at  as 
close  an  approximation  to  an  accurate  bath  temperature  as  we  may  at 
present  obtain. 

An  effort  has  been  made  to  obtain  true  bath  temperatures  by  inserting 
in  the  bath  an  iron  tube,  well  protected  by  fireclay  sleeves,  and  having  a 
thin  wall  graphite  tip.  After  this  tube  has  remained  in  the  bath  for  a 
short  time,  the  interior  surfaces  of  the  graphite  tube  reach  the  tempera- 
ture of  the  bath,  which  temperature  may  be  read  through  the  hollow 
tube  by  means  of  an  optical  pyrometer.  This  method  is  mechanically 
clumsy  and  is  attended  by  considerable  discomfort  to  the  operator  be- 
cause he  is  necessarfly  in  close  proximity  to  the  furnace  while  taking 
readings.  It  might  become  successful  but  for  the  fact  that  it  has  been 
impossible  to  obtain  refractories  that  will  withstand  the  temperature 
involved  and  will  give  off  no  fumes  at  this  temperature.  Such  fumes 
cause  variable  pyrometer  readings  that  cannot  be  corrected  for.  In 
using  the  optical  pyrometer  for  pouring  temperatures,  inaccuracies  arise 
because  of  difficulty  in  being  sure  whether  the  point  sighted  on  is  steel 
or  oxide.  Possible  inaccuracies  in  the  emissivity  factors  of  steel,  slag,  and 
oxide  are  also  sources  of  error. 

-  Thermocouple. — The  use  of  the  thermocouple  in  determining  open- 
hearth  furnace  temperatures  is  attended  by  the  difficulty  of  inserting  the 
thermocouple  to  the  point  at  which  the  temperature  is  desired.  The 
plattnum-platinum-rhodium  couple  seems  to  be  the  best  of  any  in  common 
use  but  if  this  couple  is  not  thoroughly  protected  from  furnace  gases  its 
calibration  will  quickly  change.  It  >s  probable  that,  even  with  perfect 
protection,  the  calibration  will  change  a  prohibitive  amount  at  the  high 
temperatures  used.    The  best  use  for  the  thermocouple  seems  to  be  the 
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secondary  one — of  obtaining  temperstures  elsewhere  than  in  the  bath 
itself,  and  deducing  temperatures  of  the  bath  from  these.  The  method 
of  placing  the  thermocouple  in  the  slag  pocket  and  at  various  points  in 
the  checkers  and  at  the  base  of  the  stack  has  been  tried,  but  because 
of  variations  in  the  furnace  operation  it  is  not  beheved  that  bath  tem- 
peratures can  be  accurately  deduced  from  data  at  these  points,  although 
useful  knowledge  as  to  the  furnace  working  may  be  obtained. 

Use  of  Arbitrary  Standards. — The  use  of  arbitrary  standards  has  been 
widely  employed.  Metal  may  be  poured  from  a  test  spoon  into  certain 
standard  molds  and  the  temperature  of  the  bath  deduced  from  ob- 
serving this  metal.  This  may  be  done  by  measuring  the  rise  of  tempera- 
ture of  a  protected  thermocouple  inserted  in  the  molten  metal,  by  sighting 
an  optical  pyrometer  on  the  surface  of  the  metal  in  the  test  ingot  or  on  the 
stream  from  the  spoon  while  pouring,  by  measunng  the  lei^th  of  time 
required  for  the  surface  of  the  metal  in  the  test  ingot  to  freeze,  etc.  All 
of  these  methods  present  numerous  inaccuracies,  and  it  is  doubtful 
whether,  in  the  present  state  of  pyrometry,  there  is  a  method  that  can  equal 
the  accuracy  with  which  an  experienced  melter  can  estimate  the  bath 
temperatures.  It  has  been  found  that  such  a  melter  can  estimate  tem- 
perature changes  to  within  an  accuracy  of  10°  to  20°  F,  It  is  true  that 
this  estimation  of  temperature  differences  is  far  from  being  the  same  thing 
as  the  estimation  of  temperature,  as  the  results  cannot  be  recorded  for 
reference  nor  can  they  be  transmitted  from  one  plant  to  another  or  even 
from  one  man  to  another.  It  is  also  true  that  the  "condition"  of  an 
open-hearth  bath  depends  on  other  things  than  temperature;  such 
things  as  the  state  of  the  slag,  the  amount  and  quahty  of  the  additions, 
and  the  time  factor,  which  is  of  quite  as  great  importance  as  the 
temperature. 

It  is  fortimate  that  in  the  melting  and  pouring  of  open-hearth  steel 
certain  natuf  al  phenomena  give  temperatures  with  great  accuracy,  that 
are  a  very  close  approximation  to  the  desired  temperatures.  During  the 
first  part  of  the  melting,  while  the  first  elimination  of  impurities  is  in 
progress,  it  is  well  to  have  the  temperature  as  high  as  possible,  with  safety 
to  the  furnace.  The  meltii^  point  of  the  firebrick  employed  in  the 
furnace  roof  is  therefore  a  very  close  measure  of  the  temperature  to  be 
attained.  A  skilled  operator  can,  by  observation,  determine  the  point 
where  the  firebrick  will  glaze  slightly  but  will  not  actually  melt,  and  will 
run  bis  furnace  to  this  heat.  In  teeming  a  heat,  on  the  other  hand,  cor- 
rect temperatures  of  pouring  may  be  accurately  regulated  by  the  appear- 
ance of  the  film  or  crust  that  forms  on  the  surface  of  the  metal  rising  in 
its  molds.  The  appearance  of  this  film  is  quite  characteristic  and,  with 
practice,  the  temperature,  or  rather,  the  fact  that  the  metal  is  at,  above, 
or  below  the  correct  temperature,  may  be  very  accurately  stated.  It  may 
also  be  regulated  at  this  point,  to  a  certain  extent,  by  varying  the  rapidity 
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of  pouiiing,  according  to  the  appearance  of  the  metal  rising  in  the  mold. 
By  careful  observation  of  auch  natural  phenomena,  temperature  differences 
may  be  estimated  to  within  10°  to  20°  F. 

RecapUutaUon. — During  the  melting,  the  temperature  (or  rather,  the 
correct  temperature)  can  be  estimated  as  closely  as  it  can  be  read  by  any 
pyrometric  methods  nowin  use.  The  best  methodsof  temperaturedeter- 
minatioQ  are  by  means  of  the  6ptical  pyrometer  or  a  thermocouple  at 
some  place  other  than  in  the  bath.  During  the  pouring,  the  correct 
temperature  can  be  quite  accurately  estimated,  but  for  record,  optical 
pyrometer  readings  are  of  value. 

POEGING   TbMPBRATUBES 

In  the  determination  of  foi^ng  temperatures,  both  optical  pyrometers 
or  thermocouples  are  used.  If  the  thermocouple  is  used,  either  plati- 
num-rhodium or  a  nickel-chrome  alloy  couple  is  valuable.  Because  of 
the  difficidty  in  protecting  platinum-rhodium  couples,  especially  in  com- 
paratively large  work  where  the  thermocouple  must  be  long,  the  nickel- 
chrome  couple  seems  to  be  preferable.  It  is  quite  difficult  to  regulate 
accurately  the  temperature  of  the  pieces  to  be  forged,  because  the  hot 
gases  and  flame  in  the  furnace  affect  the  couple  much  more  rapidly  than 
they  do  the  piece.  For  reasons  of  economy  and  because  of  the  siae  of 
ingots  in  heavy  work,  this  difference  is  of  much  greater  importance  than 
it  is  in  heat-treatment  work.  Iron-constantan  couples  have  been  suc- 
cessfully used,  but  the  life  of  this  couple  at  forging  temperatures  is  very 
short,  and  the  accuracy  of  the  couple  is  lower  than  at  temperatures  to 
which  it  is  better  fitted. 

The  optical  pyrometer  seems  to  be  the  best  type  for  measuring  for^ng 
temperatures.  With  some  of  the  later  improved  types,  temperatures 
can  be  determined  with  a  very  fair  degree  of  accuracy  (we  believe  to 
within  25"  F.)  in  ordinary  works  practice.  To  reach  this  accuracy,  the 
operator  must  have  had  a  certain  amount  of  experience  (2  wk.  is  ample  for 
a  man  of  average  intelligence)  and  must  sight  his  instrument  on  parts  of 
the  forging  that  will  give  an  approach  to  black-body  conditions.  He  must 
avoid  the  influences  that  will  cause  inaccuracies  in  his  readings;  such 
inffuences,  for  instance,  as  a  flame  playing  so  that  it  will  be  reflected 
directly  from  the  piece  to  his  instrument  or  the  presence  of  smoke  in  the 
furnace.    In  a  good  forge  furnace,  this  is  not  difficult  to  do. 

The  proper  forging  temperatures  of  various  grades  of  steel  differ 
quite  widely.  A  skilled  heater  can,  by  observation,  regulate  his  forging 
temperatures  fairly  well;  he  cannot,  however,  reach  the  uniformity  and 
accuracy  that  may  be  attained  by  the  use  of  the  optical  pyrometer. 
The  difficulties  involved  in  using  such  a  pyrometer  in  forging  work  are 
the  difficulty  in  training  the  operator  to  ai^t  his  instrument  properly 
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and  the  mechanical  difficulties  in  the  construction  of  the  instrument 
itself.  These  mechanical  difficulties  are  caused  by  the  necessarily 
rough  usage  that  obtains  in  taking  these  temperatures,  together  with 
the  necessarily  smoky  and  dirty  atmosphere  surrounding  a  forge  and  the 
high  temperatures  to  which  the  instruments  are  exposed  during  use  (by 
exposure  to  radiation  from  open  furnace  doore,  etc.).  Numerous  me- 
ohanicfj  repairs  are  necessary  to  keep  the  instrument  in  a  good  working 
order.  To  sum  up,  the  optical  pyrometer  stands  in  a  class  by  itself  for 
the  regulation  of  forging  temperatures. 

Heat  Treatment 

The  temperatures  involved  in  the  heat  treatment  of  steel  objects 
must  be  very  accurately  determined  and  uniformly  followed.  This 
temperature  is  within  the  range  that  is  difficult  to  estimate  by  the  eye 
and  at  the  same  time  it  nlust  be  most  accurately  followed.  Most  of  the 
higher  grades  of  steel  require  treatments  that  involve  a  quench;  most  of 
the  alley  steels  require  a  preliminary  treatment  before  the  final  quench 
is  given  and  also  require  a  drawing  treatment  after  the  quench.  With 
the  prehminary  treatment,  which  is  ordinarily  at  a  comparatively  high 
temperature  (in  the  neighborhood  of  1550°  to  1650°  F.— 843°  to  898°  C.) 
the  limits  of  accuracy  are  not  so  close  as  they  must  be  in  the  final  quench, 
which,  for  the  purpose  of  obtaining  the  best  possible  grain  refinement, 
must  be  above  the  critical  temperature  but  as  close  to  it  as  is  possible. 
The  temperature  of  the  draw,  also,  must  be  quite  accurately  approxi- 
mated, especially  if  the  results  desired  are  to  obtain  the  maximum  degree 
of  softness.  Optical  pyrometers  have  been  used  in  the  determination  of 
heat-treatment  temperatures,  but  with  mediocre  success.  The  general 
tendency  has  been  to  rely  entirely  on  thermocouples  for  this  work,  at  least 
for  temperatures  above  &Q0°  F.  (482°  C.) .  For  lower  temperatures,  if  the 
pieces  are  small  enough  to  be  treated  in  a  bath  of  oil  or  melted  salts,  a 
direct  reading  gas  or  vapor  expansion  thermometer  is  simple,  accurate, 
and  gives  but  little  trouble. 

Recapituiation. — It  seems  that  the  estimation  of  temperature  is  entirety 
inadequate  for  an  efficient  heat  treatment,  and  that  the  best  measure- 
ment methods  involve  the  use  of  thermocouples,  except  for  low  tempera- 
tures, attained  in  a  bath,  in  which  case  gas  or  vapor  expansion  instruments 
are  valuable.   ' 

Choice  op  Instruments 

Optical  Pyrometers. — The  true  optical  pyrometer  is  better  for  works 
use  than  the  radiation  pyrometer,  because  imperfection  of  black-body 
condition  or  smoky  conditions  affect  its  readings  less.     The  Morse  or 
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Wanner  types  of  optical  pyrometers  are  most  reliable,  and  particular 
care  must  be  exercised  to  select  an  iDstrument  of  the  simplest  and  meet 
ru^ed  construction  possible. 

Thefmocouplea. — A  choice  must  be  made  between  various  types  of 
thermocouples  and  various  types  of  instruments  for  measurii^  the  elec- 
tromotive  force  generated  by  those  couples.  In  choosing  a  couple,  it  is 
necessary  to  consider  the  accuracy  of  the  couple,  the  constancy,  the  life, 
and  the  cost.  Some  years  ago,  platinum-platinum-rhodium  couples 
were  used  almost  exclusively.  It  is  well  known  that  the  cahbration  of 
the  platinum-platinum-rhodium  couple  changes  quite  rapidly  when  the 
couple  is  subjected  to  the  influence  of  furnace  gases,  but  it  is  difficult  to 
protect  a  platinum  couple  from  this  influence  in  works  practice  and  it  is 
practically  impossible  to  do  so  when  the  thermocouple  must  be  over 
5  ft.  in  length.  When  platinum  couples  are  used  in  works  practice,  an 
effort  is  made  to  protect  them  by  either  porcelain  or  sihca  containing 
tubes. 

In  steel  works  practice,  where  the  work  is  generally  large,  almost 
all  the  couples  are  at  least  4  ft.  (1.2  m.)  long  and  the  majority  are  from 
5  to  7  ft.,  in  some  they  are  as  long  as  17  ft.  The  practice  with  platinum- 
platinum-rhodium  couples  therefore  involves  the  recalibration  of  the 
couple  after  each  failure  of  the  silica  or  porcelain  tHbe;  and  couples  over  5 
ft.  long  must  be  recalibrated  after  every  heat.  Although  this  recalibration 
becomes  a  quite  simple  matter,  the  work  is  considerable  and  the  contami- 
nation of  the  couples  and  consequent  breakage  miikes  their  operation  very 
expensive.  The  calibration  is  performed  by  taking  a  check  temperature 
at  the  gold  melting  point,  using  a  small  electric  furnace  and  the  wire 
method. 

With  the  advent  of  base-metal  couples,  of  which  the  iron-constantan 
couple  or  the  nickel-chrome  type  seem  to  be  the  most  popular,  the  use  of 
long  platinum  couples  is  entirely  eliminated.  In  using  base-metal  cou- 
ples, however,  certain  precautions  must  be  taken.  All  couples,  and  par- 
ticularly baae-metal  couples,  are  subject  to  errors  due  to  parasite  currents 
induced  by  heterogeneity  in  the  wire  of  which  the  couple  is  made.  This 
lack  of  uniformity  is  almost  invariably  set  up  at  a  point  between  the  hot 
and  cold  junctions  of  the  couple  somewhere  in  the  furnace  wall,  due  to  the 
conditions  of'strain  set  up  at  this  point.  Once  established  this  condi- 
tion is  almost  impossible  to  eliminate.  However,  while  these  parasite 
currents  exist  in  practically  all  couples  that  have  seen  long  service,  the 
error  involved  is  small  enough  to  be  negligible  if  the  position  of  this 
strained  portion  is  unchanged  or  if  it  is  continually  advanced  from  a 
lower  to  a  higher  temperature.  Is  practice,  this  means  that  the  accuracy 
of  the  couple  is  unchanged  as  long  as  the  couple  remains  immersed  to 
the  same  depth  in  its  furnace,  or  as  long  as  it  is  advanced  deeper  and 
deeper  into  its  furnace.    Errors,  however,  are  often  caused  if  the  couple  ia 
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partly  withdrawn  from  its  furnace.  Because  of  this  fact,  if  couples  are 
removed  from  their  working  position  and  checked  in  a  laboratory,  the 
checking  often  shows  an  error  whereas  the  couple  in  its  working  position 
was  actually  giving  accurate  readings.  If  careful  attention  is  given  to 
these  provisions  and  to  the  electrical  insulation  of  the  couple,  an  iron- 
coDstantan  couple  will  give  constant  readings  to  the  approximation  of 
10°  F.  until  it  is  completely  worn  out  by  oxidation  or  other  causes.  In 
the  platinum-platinum-rhodium  couple,  the  condition  of  the  metal  that 
produces  parasite  currents  may  be  destroyed  by  a  careful  anneahng  of 
the  couple.  This  anneal  may  be  carried  on  by  passing  through  the  wire 
an  electric  current  sufficient  to  heat  the  couple  to  a  point  well  above  its 
normal  use.  Parasites  set  up  in  the  heavier  base-metal  couples  are, 
however,  almost  impossible  to  eliminate.  An  iron-constantan  couple 
showing  such  parasites  has  been  heated  to  successive  temperatures  of 
2000°,  1900°,  1800°,  1700°,  etc.,  down  to  500°  F.  (1093  to 260°  C'.),  each  of 
these  temperatures  having  been  held  for  approximately  1  hr.  and  each 
temperature  followed  both  by  a  quench  and  a  slow  cool,  without  entirely 
eliminating  the  inaccuracy. 

For  any  approach  to  accuracy  on  the  part  of  any  type  of  thermocouple, 
cold-junction  temperatures  must  be  allowed  for  and  corrected,  or  con- 
trolled. Control  may  be  by  means  of  an  ice  bath  or  other  method  of 
keeping  the  cold  junction  at  a  uniform  temperature.  One  of  the  more 
simple  and  widely  used  methods  is  to  place  the  cold  junction  underground 
to  a  depth  at  which  the  temperature  is  assumed  to  be  uniform.  This 
method  is  quite  desirable,  but  for  the  highest  degree  of  accuracy  is  inade- 
quate. Temperatures  even  5  ft.  (1.5  m.)  underground  may  vary  consid- 
erably with  the  season  of  the  year  and  with  the  previous  working  of  the 
furnace.  An  excellent  method  of  taking  care  of  this  cold-junction  cor- 
rection is  to  employ  lead  wires  of  the  same  composition  as  the  couple 
wires,  which  virtually  lengthens  the  couple  to  the  combined  length  of 
couple  and  leads,  bringing  the  resulting  cold  junction  to  the  measuring 
instrument. 

The  measuring  instrument  is  likely  to  be  at  a  point  where  tempera- 
tures are  more  nearly  uniform  and  where  the  cold  junction  can.be  more 
readily  measured  and  cared  for.  There  is  the  added  advantage  that, 
where  a  number  of  couples  are  being  read  on  one  instrument,  the  cor- 
rection for  these  couples  will  be  identical.  A  number  of  measuring  in- 
struments at  present  on  the  market  take  care  of  this  correction,  either 
automatically  or  by  means  of  a  simple  adjustment  on  the  instrument, 
with  highly  satisfactory  results. 

In  the  selection  of  the  measuring  instrument,  we  have  three  types  of 
instruments  to  consider:  the  galvanometer  type,  the  potentiometer 
type,  and  a  type  combining,  to  a  certain  extent,  the  theory  of  both  of 
these.    The  galvanometer  type  is  much  the  simplest  and  is  leas  liable  to 
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personal  error  than  either  of  the  others  because  no  adjustments  are 
required.  It  is  simply  necessary  to  read  the  temperature  directly  from 
the  face  of  a  dial.  However,  there  are  defects  in  the  galvanometer 
method  that  are  inherent  and  can  never  be  eliminated,  even  thoi^  they 
may  be  reduced  to  amounts  said  to  be  negligible.  The  galvanometer 
measures  the  current  produced  in  the  circuit  of  which  the  couple  is  a 
part,  not  the  electromotive  force  generated  by  the  couple;  because  of 
this,  any  variation  in  resistance  of  the  circuit  must  produce  a  vartatioo 
in  the  current  and,  consequently,  in  the  reading  of  the  galvanometer. 
There  must  be  a  change  in  the  total  reaietances  of  the  circuit  with  any 
change  in  the  resistance  of  the  couple  itself,  due  either  to  wasting  away 
of  the  wires  by  oxidation  or  to  temperature  changes  in  the  couple,  and 
there  must  be  a  change  in  the  total  resistance  of  the  circuit  due  to  any 
temperature-resistance  change  in  the  lead  wires.  There  is  also  a  change 
due  to  variation  in  the  resistance  of  the  instrument  itself  with  tempera- 
ture change,  because  in  all  high-class  galvanometers,  the  electrical  resist- 
ance is  in  two  parts,  one  of  which  has  a  high-temperature  coefficient  and 
the  other  a  temperature  coefhcient  that  approaches  zero.  In  a  high- 
resistance  galvanometer,  the  low-temperature  coefficient  resistance  should 
be  great  compared  with  the  total  resistance.  With  the  use  of  such  a 
high-resistance  galvanometer,  errors  due  to  resistance  changes  in  the 
circuit  are  reduced  to  a  minimum.  Because  of  these  errors,  low-reaist- 
ance  galvanometers  for  temperatm^  work  are  not  extensively  used  where 
accurate  work  is  desired.  The  modem  galvanometer,  which  is  jewd- 
pivoted  in  almost  all  cases,  is  also  subject  to  errors  due  to  friction  of  the 
galvanometer  bearings  and  to  changes  of  calibration  of  the  actual  iustru-  ■ 
ment  itself,  due,  for  instance,  to  weakening  of  the  controlling  magnetic 
system. 

The  potentiometer,  in  which  zero  current  passes  through  the  couple 
cu*cuit  when  readings  are  taken,  eliminates  all  errors  due  to  variation  of 
resistance  in  the  line,  and  measures  the  electromotive  force  direct. 
Practically,  the  potentiometer  is  not  so  simple  an  instrument  aa  the  galva- 
nometer and  requires  more  attention  to  keep  it  in  efficient  working  order. 
With  very  few  exceptions,  the  disorders  of  potentiometers  that  caiise 
errors  in  readings  are  such  that  the  observer  almost  invariably  sees  the 
errors  when  they  occur  and  can  have  his  instrument  repaired,  whereas 
this  condition  does  not  obtain  in  use  of  the  galvanometer. 

Recapitulaton 

The  determination  of  temperatures  in  open-hearth  furnace  practice 
is  desirable.  At  the  present  state  of  the  art  it  is  doubtful  whether  such 
temperature  determinations  as  can  be  made  are  of  actual  assistance  to  an 
experienced  melter  in  producing  high-class  steel.    The  best  method  of 
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bath-temperature  determiDation  seems  to  be  that  of  sighting  an  optical 
pyrometer  either  oq  the  surface  of  a  spoonful  of  metal  drawn  from  the 
furnace  or  a  stream  poured  from  a  spoon.  The  elapsed  time  between  the 
drawing  of  this  sample  from  the  .bath  and  the  reading  of  the  temperature 
should  be  noted  and  the  temperature  of  the  bath  deduced  from  the  tem- 
perature of  the  sample  and  this  time. 

The  determination  of  temperatures  in  forging  practice  is  also  defurable. 
Present  methods  give  results  greatly  superior  to  the  results  obtfuued  by 
estimation  by  the  most  skilled  foi^man  and  are  of  great  assistance  in 
forging  work.  The  best  method  is  by  sighting  the  optical  pyrometer 
directly  on  the  article  to  be  forged  while  it  is  in  its  heating  furnace. 

The  determination  of  temperatures  in  heatr-treatment  practice  is 
absolutely  essential.  N-o  amount  of  experien<%  and-care  on  the  part  of  an 
operator  will  approach  the  results  of  modern  temperature  determinations, 
and,  to  obtain  uniformly  the  beat  results,  temperature  control  must  be 
close.  The  best  method  of  making  such  temperature  determinations 
seems  to  be  by  the  use  of  a  thermocouple  of  the  iron-constantan  type, 
using  lead  wires  of  the  same  composition  as  the  thermocouple,  and  meas- 
uring the  electromotive  force  generated  by  that  thermocouple  by  means 
of  potentiometers. 

CALraRATION   AND   CHECKING 

All  temperature-measuring  apparatus  must  be  frequently  checked  for 
accuracy  in  works  practice.  In  a  large  installation,  it  is  well  to  have  a 
primary  temperature  standardthat  is  used  only  under  the  best  laboratory 
.  conditions  to  check  one  or  more  secondary  standards.  This  primary 
standard  may  consist  of  a  platinum-platinum-rhodium  thermocouple  with 
an  ice-bath  regulation  of  the  cold  junction,  the  electromotive  force  being 
.  measured  by  an  accurate  potentiometer.  This  primary  standard  should 
have  its  calibration  made  by  reference  to  well-determined  fixed  points; 
the  melting  point  of  gold  and  the  freezing  point  of  lead  are  convenient 
and  well-determined  points.  The  secondary  standards  may  be  either 
platinum-platinum-rhodiimi  or  base-metal  thermocouples  and  may  be 
carried  from  point  to  point  of  the  installation  to  check  the  actual  working 
couples  under  working  conditions. 

Optical  pyrometers  should  be  checked  from  time  to  time  using  a 
standard  couple  in  (preferably)  an  electric  furnace  in  which  black-body 
conditions  may  be  made  nearly  perfect. 

If  base-metal  working  thermocouples  are  purchased  with  a  cahbration 
from  the  manufacturer,  it  is  well  to  check  this  calibration  to  see  that  it 
corresponds  to  the  works  standard.  If  the  base-metal  couples  are  pur- 
chased (or  manufactured)  as  wire,  and  are  to  be  calibrated,  the  following 
method  of  procedure  is  simple  and  accurate.  A  sample  should  be  cut 
from  each  end  of  each  coil  of  wire  as  received,  one  of  these  samples  selected 
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at  random,  and  each  of  the  other  samples  of  similar  wire  joined  in  turn 
to  it  and  the  electromotive  force  generated  at  approximately  1600° 
noted.  This  electromotive  force  will  be  zero  if  the  wire  is  uniform. 
Having  checked  the  wire  for  uniformity,  several  sample  thermocouples 
should  be  made  up  and  carefully  calibrated ,  using  one  of  the  secondary 
standards  in  this'  calibration ;  a  calibration  curve  may  be  drawn  from 
the  data  thus  obtained.  One  or  more  of  these  calibrated  base-metal 
couples,  properly  protected,  should  be  inserted  in  a  pot  of  molten  lead 
and  all  sample  couples  made  from  the  coils  to  be  calibrated  inserted  in 
the  same  pot  and  checked  direct  against  the  calibrated  couples;  it  will 
be  found  that  certain  of  the  coils  vary  from  the  caUbration  curve  already 
made.  An  arbitrary  allowable  variation  from  this  curve  may  be  selected, 
and  all  samples  that  vary  from  the  standard  by  more  than  this  arbitrary 
amount  discarded.  In  making  such  a  calibration  for  a  lot  of  base- 
metal  couples,  it  is  well  to  have  this  lot  as  large  as  possible,  as  it  is  an 
extremely  difficult  matter  to  reproduce. 

The  instruments  used  in  determining  the  electromotive  force  of  the 
working  thermocouples  should  be  frequently  checked,  even  though  they 
may  be  well  cared  for  and  of  the  most  accurate  type,  not  only  because  even 
the  best  instruments  are  likely  to  go  wrong  but  because  of  the  moral  effect 
such  checking  has  on  the  workmen^  This  frequent  checking  of  instrument 
and  couples  may  seem  to  be  troublesome  and  in  some  cases  superfiuous. 
In  a  large  installation  it  will,  however,  pay  well  to  have  one  or  more  men 
whose  sole  duty  it  is  to  perform  such  checks,  as  the  accuracy  of  the  re- 
sulting work  and  the  confidence  inspired  by  such  careful  checking  will 
repay  all  .the  effort  involved. 

DISCUSSION 

KiCHARD  P.  Bbown,  Philadelphia,  Pa. — Both  the  thermoelectric  and 
the  optical  pjrometer  have  their  field.  With  the  optical  pyrometer 
you  can  secure  an  indication  of  the  temperature  of  the  metal;  with  a 
thermoelectric  pyrometer  installed,  for  instance,  in  the  slag  pocket, 
where  the  temperature  indicates  about  2000°  F.  (1 100"  C.)  you  can  secure 
a  record  of  the  temperature  which  cannot  be  obtained  with  an  optical 
pyrometer. 

I  know  of  an  instance,  in  Ohio,  where  the  reversals  were  not  made  for 
about  2  hr.  during  the  night  because  the  furnace  man  fell  asleep.  Even  if 
an  optical  pyrometer  was  used  on  that  furnace  and  the  temperature  was 
up  to  the  required  heat,  the  superintendent  on  the  next  day  would  not 
have  known,  possibly,  that  the  furnace  was  not  reversed  properly  and 
would  have  wondered  what  was  wrong.  In  other  words,  while  the  optical 
pyrometer  can  be  used  to  good  advantage,  at  the  same  time  a  recording 
pyrometer  in  a  slag  pocket  is  a  continuous  check  on  the  temperatures 
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maiatained  by  the  furnace  man.  It  might  be  said  that  the  same  result 
would  be  secured  by  an  instrument  which  records  the  time  of  operation 
but,  unfortunately,  inatnimenta  of  this  kind  are  too  often  tampered  with. 
But  it  is  hard  to  make  a  recording  pyrometer  record  anything  except  the 
actual  conditions.    There  is  a  field  for  both  instruments. 

W.  H.  Bristol,  Waterbury,  Conn, — Why  cannot  a  thermoelectric 
couple  recorder  be  tampered  with  juat  as  easily  as  a  valve? 

R.  P.  Brown. — Let  us  assume  that  a  workman  wants  to  take  a  nap; 
what  is  going  to  happen?  The  temperature  is  going  to  fall  off.  If  the 
temperature  is  falling  off,  it  ie  rather  difficult  to  pull  out  the  thermocouple 
and  make  the  temperature  read  higher.  It  is  going  to  read  lower.  The 
truth  of  the  matter  is  that  the  average  workman  does  not  feel  competent 
to  tamper  with  a  recording  pyrometer. 
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Electric,  Open-beaith,  and  Bessemer  Steel  Temperatures 

BY  p.   B.  BASH,*  CH.   E.,  PHILADELPHIA,  PA. 

(Chin|0  Meetloi,  Stplamber,  IBIB) 

Whenbveb  electric  and  open-hearth  steel  men  discuss  the  relative 
advantages  of  their  respective  methods,  the  question  of  temperature  is 
always  discussed,  so  that  this  paper  is  written  in  the  hope  that  definite 
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Fio.  1.— Emissivity  coBRBcnoNS  for  btebl  and  slag. 
Curve  1.— Steel.     Curve  2. — Slag. 

data  may  settle  some  of  the  questions  and  encourage  further  investiga- 
tions along  these  lines.  The  writer  has  had  the  opportunity  of  taking 
the  tapping  temperatures  of  steel  from  electric  furnaces  of  different  ases 
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in  various  plants  and  from  a  number  of,  open  hearths  handling  the  same 
kind  of  steel.  All  temperature  measurements  were  made  with  the  same 
disappearing-filament  type  optical  pyrometer, and  the  corrections  for 
emissivity  applied  were  those  worked  out  by  Burgess,*  which  are  0.40 
for  steel  streams  and  0.65  for  slag.  The  correction  is  applied  by  calculat- 
ing the  curve  giving  the  relation  between  the  true  and  apparent  tempera- 
ture in  the  following  formula : 


^       „       C,Iog«/l        1\ 


in  which  E  =  emissivity;  Ci  =  14,500;  t  =  base  of  Napierien  log- 
arithms; X  =  wave-length  of  light  used  =  0.65fi;  Tt  =  true  temperature, 
in  degrees  absolute;  Ti  =  apparent  temperature,  in  degrees  absolute. 
The  curve  showing  the  relation  between  true  and  apparent  temperature 
for  steel  and  sl^  are  given  in  Fig.  1. 

For  the  purpose  of  comparison  of  open-he£a1,h  and  electric  furnaces, 
there  are  given  in  T&ble  1  the  tapping  temperatures  of  two  25-ton  Her- 
oult  eleetric  furnaces  and  one  &-ton  with  one  50-ton  acid,  one  40-ton  basic, 
and  one  66-ton  acid  open-hearth  furnace,  all  making  nickel  ordnance 
steel  for  guns.  The  two  25-ton  Heroult  electric  furnaces  were  finitihing 
steel  refined  by  the  triplex  process  and  the  6-ton  Heroult  finished  steel 
that  was  partly  refined  in  an  open  hearth.  In  this  table,  the  tapping 
temperature  and  the  tem^rature  of  the  steel  stream  into  the  first  ingot 
mold  are  given  together  with  the  mean  of  each  column.  The  values  for 
each  plant  are  the  average  for  a  number  of  heats. 

Ta£LB  1. — Tapping  TemperatuTes  of  Sled 

Tappinc  tint 

Steal  Co.  !  Tampantim,  Incot,  Type  ol  Fiuaae* 


26-bin  Heroult  electric. 

&-toii  Heroult  electiic. 

&-ton  Heroult  electric. 
50-toa  open  hearth,  acid. 
40- ton  open  hearth,  bosio. 
65-toD  open  hearth,  acid. 


The  table  shows  how  closely  the  temperatures  agree  from  plant  to 
plant  and  in  the  different  types  of  furnaces.    The  greatest  variation  in 

'  Temperature    Measurements   in  Bessemer  and  Open^^earth  Praetioe.     U.  8. 
Bureau  of  Standards  Tech.  Paper  91  (1917). 


A 

286? 
2821 
2821 
2S42 
2877 
28S6 
2854 
283« 
2871 

2744 

1 

B.     ... 

2721 

1 

D 

■ 

2753 

E 

27M 

Mean 

Mean  for  electric  furnaces. . . .  i 
Mean  for  open^iearth  furnaces 

2754 
2737 
2772 
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tapping  temperatures,  between  B  and  C,  is  only  74'  F.  (24'  C.)  while 
the  average  for  all  the  electric  furnaces  is  35°  F.  lower  than  for  the  open- 
hearths,  although  it  is  generally  thought  that  open-hearth  steel  is  tapped 
colder  than  electric. 

The  drop  in  temperature  from  the  tap  to  the  first  ingot  depends  on  the 
length  of  time  the  steel  is  held  in  the  ladle,  the  size  of  nosele,  size  and  pre- 
liminary temperature  of  the  ladle,  and  various  other  factors.  It  ie  in- 
teresting to  note,  however,  that  the  mean  drop  in  temperature  of  the 
steel  from  tapping  to  first  ingot  for  both  the  electric  and  the  open-hearth 
furnace  is  100°  F. 

In  Table  2  is  given  a  tabulation  of  temperature  data  taken  on  two 
electric  furnaces  making  nickel  ordnance  steel.  At  the  time  these  tem- 
peratures were  taken,  the  ingots  were  box  poured  so  that  temperature 
obserratioQB  were  made  on  the  stream  above  and  below  the  box  on  the 
first  ingot  and  below  the  box  on  all  subsequent  ingots.  Since  there  was 
no  satisfactory  method  of  taking  temperature  of  the  steel  in  the  furnace, 
a  chill  test  was  made  by  taking  out  a  small  apoon  of  steel  and  noting  the 
time  required  for  a  crust  to  form  over  the  surface  of  the  metal  therein. 
These  time  values  are  also  given. 


FIr»t  Ingot 

Beoond 

Thiid 

ChOl 

H»t  No. 

Tompert 

gl^-F, 

KSi- 

3X707 

2806 

2793 

2737 

2722 

2706 

S 

3X710 

2880 

2842 

2790 

2797 

2770 

26 

5M 

3X711 

2860 

2761 

2730 

2747 

2761 

37 

3X716 

2917 

2843 

2768 

40 

3X719 

2830 

2806 

2737 

31 

3X723 

2805 

2746 

2720 

2680 

35 

5M 

4X651 

2872 

2761 

2762 

2728 

38 

4X6S9 

2866 

2797 

2746 

2761 

33 

4X668 

2872 

2813 

2768 

2730 

27 

3X727 

2836 

2775 

2705 

2680 

2697 

T 

2X3146 

2910 

2730 

2730 

2730 

2867 

2797 

2744 

2732 

2736 

33.5 

It  will  be  noted  that  the  tapping  temperatures  vary  from  2805°  to 
2917''F.  (1540  to  leoS^C.)  but  that  most  of  them  are  within  +  or  -  30°F. 
of  the  mean.  It  will  also  be  noted  that  the  temperature  of  the  steel  stream 
into  the  second  ingot  mold  is  a  little  higher,  on  an  average,  than  that  into 
the  first  ingot  mold.    The  reason  for  this  is  obvious  as  the  metal  lying 


joovGoOt^lc 


F.   E.  BASH 


581 


Dpxt  to  the  bottom  of  the  ladle  is  colder  than  the  main  mass  of  the  molten 
ateel.  Similar  variations  will  be  noted  in  taking  measurements  on  the 
tapping  stream  from  a  furnace,  as  the  metal  in  different  parts  of  the 
hearth  often  varies  25°  to  30°  F.  in  temperature. 

In  an  effort  to  find  the  relation  between  the  tapping  temperature  of 
the  steel  and  the  time  of  the  chill  test,  the  respective  values  were  plotted 
on  a  curve  sheet  with  the  result  shown  in  Fig.  2.  The  curve  is  anything 
but  a  smooth  one  and  shows  how  unreUable  the  chill-test  method  of 
judging  temperatures  is.  In  spite  of  all  care  in  attempting  to  draw  out 
the  spoon  in  the  same  manner  each  time,  the  atmospheric  conditions, 
room  temperature,  and  other  variables  have  an  influence  on  the  time 
required  for  the  crust  to  form. 
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In  Table  3  are  given  some  temperatures  taken  on  manganese  and 
manganese  helmet  steel.  The  observations  in  this  case  were  difficult  to 
make  for  the  reason  that  heavy  clouds  of  smoke  were  given  off  from  the 
manganese  so  that  the  readings  had  to  be  made  from  the  windward  side 
and  a  moment  chosen  for  making  the  reading  when  the  stream  was 
unobscured.  The  manganese  was  melted  in  a  15-ton  Heroult  furnace  and 
tapped  into  a  ladle  which  was  then  transferred  to  the  open-hearth  plant 
where  the  manganese  was  poured  into  the  steel  ladle  at  the  time  that  the 
steel  was  tapped.. 

Table  3 


.Tim*,  P.  H.       Tempantura,  Daima  F. 


6;04 

2790 

6:30 

2822 

Tsp  open-hearth  furnace. 

6:32 

2549 

Pour  mangaaese  in  steel  ladle. 

6:34 

2840 

Tap  open-hearth  furnace. 

6:44 

2606 

First  ingot  manganese  steel. 

6:45 

2605 

6:47 

2647 

Third  ingot  manganese  steel. 
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An  opportunity  was  presented  to  take  temperatures  on  eteel  made  by 
the  triplex  process,  so  at  the  same  time  blast-furnace  tapping  temperar 
tures  were  taken  and  a  record  made  from  the  blast  furnace  to  the  steel 
ingot.  The  practice  was  to  take  the  molten  pig  iron  to  a  mixer  from  which 
it  went  to  a  Bessemer  converter,  thence  to  an  open-hearth  furnace,  and 
finally  to  an  electric  furnace  for  finishing.  The  mean  of  readings  taken 
on  each  operation  are  set  down  in  Table  4.  The  value  for  the  Bessemer 
tap  is  the  mean  for  ten  heats  and  that  for  the  electric  furnace  is  for  eleven 
beat«. 

Table  4. — Mean  Temperatures  from  Blast  Furnace  to  Finished 
Steel 


2797 
2744 
2732 
2736 

Temptntim  DISitmidu, 


I  Mean  of  met&l  fltreams  into  Udles  frran  bloat 
'     furnace. 

Mixer  metal  charged  into  Bessemer. 
!  Bessemer  tap. 

I  Chaise  Besemer  steel  to  open-hearth  furnace. 
,  Tap  open-hearth  furnace. 
i  ChugB  etectric  furnace. 

Mean  electric-funtaoe  tap. 

First  ingot  pour  above  box. 
'  First  ingot  pour  under  box. 

Second  ingot  pour  under  box. 

Third  ingot  pour  under  box. 


Temperature  drop  from  Bessemer  tap  to  open- 
hearth  charge. 
Temperature  drop  from  open-hearth  tap  to 
electaric^mace  charge. 
■  Temperature  drop  from  tap  of  electric  fumfice 
to  stream  from  ladle  for  firat  ingot  for  average 
of  eH.min.  in  ladle. 
.  Temperature  drop  through  box. 


In  Fig.  3,  the  data  in  this  table  are  presented  graphically.  The  great 
increase  in  temperature  in  the  Bessemer  converter  and  other  temperature 
relations  are  distinctly  brought  out. 

In  Table  5  are  given  data  on  tapping  and  teeming  for  three  open- 
hearth  furnaces  in  different  plants  making  nickel  ordnance  steel  and  one 
making  shell  steel.  Six  26-in.  octagon  ingots  were  poured  with  large  end 
up,  each  ingot  was  individually  bottom  poured  from  the  40-ton  basic 
open-hearth  furnace.  One  63-in.,  85-ton  octagon  ingot  was  poured  and 
a  number  of  23-in.  octagons  were  poured  from  two  65-ton  open-hearth 
furnaces  that  were  tapped  simultaneously  and  poured  consecutively. 
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Beffide  the  temperature  measurements  on  nickel  ordnance  steel, 
a  number  of  readings  were  made  on  different  types  of  steel  in  two  lO-ton 
Ludlum  electric  furnaces.  These  were  taken  through  the  courtesy  of 
Mr.  P.  A.  E,  Armstrong,  vice-president  of  the  Ludlum  Steel  Co.  The 
practice  was  to  refine  with  two  or  three  slags  so  that  it  was  pos^ble  to 
take  readings  on  the  oxidized  surface  of  the  molten  steel  during  the  skim- 
ming and  also  to  get  readings  on  thin  slag  patches  floating  on  the  metal. 
It  was  found  that  readings  on  the  slag  patches  corrected  for  an  emis- 
sivity  of  0.65  almost  exactly  agreed  with  uncorrected  readings  on  the  iron 
oxide  adjacent.    In  other  words,  if  the  radiation  from  the  oxide  in'the 
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Fia.  3. — Tbuferatures  in  triplex  pbochbs. 


furnace  with  the  arc  off  and  the  door  open  is  that  of  a  black  body,  then 
the  emissivity  of  slag  is  approximately  0.65,  as  stated  by  Burgess.  In 
Table  6  are  given  a  number  of  readings  on  different  skims  made  in  this 
manner.  It  will  be  noted  that-  the  mean  values  for  the  two  columns 
agree  exactly  with  each  other.  If  the  emissivity  of  slag  ia  0.65,  then  the 
iron  oxide  under  the  above  conditions  must  give  black-body  radiation  for 
red  light. 

In  Table  7  ia  given  a  summary  of  data  taken  on  tapping  and  teeming 
a  number  of  heats.  The  steel  was  tapped  or  poured  from  the  furnace 
into  two  ladles  and  then  very  quickly  teemed  into  ingot  molds. 

In  order  to  make  sure  of  the  steel  temperature  in  the  furnace,  a  Dixon 

graphite  tube  4  ft.  (1.2  m.)  long  by  4  in.  (10  cm.)  outside  diameter,  with 

a  closed  end,  was  pushed  into  the  steel  and  held  there  until  the  end  had 

come  to  temperature,  at  which  time  a  reading  was  made  with  the  optical 

,  pyrometer  sighted  down  the  axis  on  the  inside  of  the  closed  end,  which 
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Table  5. — Open-hearth  Sted  Temperaiures  on  Nickd  Ordnance  Sied 

Tima         i      Tunpantius,  D«(rsea  F.      j  Rcmarln 


50-toD  Acid  Open-hearth  Furiu>c« 


11:5S 

2842 

{  Tap  Bteel. 

1  Held  10  mm.  in  ladle. 

!  Four  ingots  bottom  poured  in  eeta  of  two. 

12:12 

2768 

1  Pour  first  two  ingota. 

12:19 

2768 

Pour  second  two  ingots. 

4:10 

2877 

4:21 

2713 

4:22 

2722 

2763 

2722 

2722 

2705 

2713 

40-toD  Bade  Open-hearth  Furnace 


TapeteeL 
F^rst  ingot- 
Tong  hold. 
Second  ingot. 
Second  ingot. 
Third  ingot. 
Third  ingot. 
Fourth  ingot. 


65-ton  Acid  Open-hearth  P\irnace 


8:33 

8:43 

8:44 

8:47 

SA7H 

8:48 

8:61 

8:56 


2895 
2835 
2843 
2768 
2737 


Tap  one  furnace.    Other  tap  not  recorded. 

Stream  from  ladle  to  runner. 

Stream  from  ladle  to  runner. 

Stream  into  headbox. 

Stream  into  headbox. 

Stream  from  headboz. 

Stream  into  headbox. 

Stream  into  headbox. 


9:00 

2753 

Stream  into  beadbox. 

9m 

2761 

Stream  into  beadbox. 

9M 

2761 

Stream  into  headbox. 

9:06 

2746 

.  Stream  into  headbox. 

9:09 

2737 

Stream  into  headboi. 

9:12 

2768 

Stream  into  headbox. 

9:20 

2745 

'  Stream  for  four  23-in,  octagons. 

9:21 

2620 

Steel  rising   in   mold   one-third    full.     Ught 
smdce. 

9:22 

2782 

Stream  to  group  of  2»-m.  octagons. 

9:26 

2813 

Stream  to  group  of  23-in.  octagons. 

9:29  . 

2828 

Stream  to  group  of  23-in.  octagons. 

9:30 

2745 

,  Stream  to  group,  dark  streak,  good. 
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Table  5. — Open^kearth  Steel  Temperatures  ( 
(Con^nued) 


585 
1  Nickel  Ordnance  Steel 


Tanip«t»tiir>,  DegrsM  F. 


Teem 

1:44 

2836 

First  group  (8  tona  to  a  group,  four  ingoto). 

IM 

2828 

First  group. 

1:49 

2836 

Second  group. 

IM 

2790 

Fifth  group. 

2fll 

2776 

Sixth  group. 

2K)3 

2763 

SevenUi  group. 

Mon. — Acid  furnace  on  shells,  Mcl  noide;  carbon,  0.60;  chromium,  2.26;  nickel 


Table  6.- 

-Summary  of  Data  on  Slag  Skimming 

°''"'5!J?S^Si|!:S?*°^ 

^-^sisrssi^^™ 

Itomuki 

2611 

2618 

H.  S. 

2621 

2629 

XIC, 

2611 

2618 

c.s. 

2718 

2709 

C.  S.— refractory  elag. 

2628 

2618 

c.a 

2632 

2662 

C.  a— coR 

2728 

2694 

C.  a-«une  heated. 

Mean           2636 

2636 

■  Burgees'  value  of  0.6S  for  enuseivity  of  slag  used. 


WHS  ID  the  steel.  Under  these  conditions,  the  reading  in  the  tube  should 
give  the  true  temperature  of  the  steel.  One  such  reading  was  taken 
just  before  a  tap  and  is  recorded  in  the  table.  It  is  only  17°  F.  below  the 
temperature  read  on  the  ateel  stream,  which  is  a  very  good  agreement. 
Keadings  made  on  the  slag  surface  in  the  furnace  before  the  tap  do  not 
agree  bo  well  with  readings  on  the  stream,  as  is  also  shown. 

Further  readings  in  a  graphite  tube  were  made  at  another  time. 
The  arc  had  been  off  for  about  10  min.  and  the  door  was  opened  just 
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Table  7. ■^Summary  oJLudlum  T&nperature  Data 


I    CocreDtad, 


Ftnt    '     Lut 
Incot,    I    Inaot, 


2640     Firat  ladle— C.8 

2625  iSecoDd  ladle— C.8. 

262S  iFLTBt  ladle— XIC. 

2597  Second  ladle— XIC. 

2580     FlTBt  ladle— C.S. 

2SfiO  Second  ladle— C.S. 

'Pirrt  ladle— C.S. 

ISecond  ladle— CS. 

2597  jPiret  ladle—XIC. 

2620  Second  ladle— XIC. 

2662  First  Iadle~H.8. 

2661  Second  ladle— H.a 

2609  First  ladle— XIC. 

261 1  Second  ladle— XIC. 


1.  Mean  drop  from  tapping  temperature  to  first  ingot  (max.  108°,  min.  13") . .  36 

2.  Mean  drop  from  first  to  last  ingot,  for  5-ton  ladle 62 

3.  Mean  temperature  for  first  ladle  tap 2743 

4.  Mean  temperature  for  second  ladle  tap 2704 

5.  Mean  difference  between  first  and  second  ladles 39 


mo 

-»- 

^ 

^ 

r^ 

^ 

t. 

BuflicieDtly  to  allow  the  tube  to  be  inserted.  A  reading  was  made  on  the 
thin  slag  surface  beside  the  tube  and  then  in  the  tube  at  two  different 
depths  which  were  calculated  from  measurements  of  depth  of  immer- 
sion of  the  tube.  The  readings  are  given  in  Table  8  and  are  plotted  in 
Pig.  4;  they  show  the  temperature  gradient  of  the  steel  bath  from  the 
surface  to  a  9-in.  (23  cm.)  depth.  The  top  waa  cooler  due  to  the  fact 
that' the  arc  had  been  off  for  a  few  minutes.     This  also  seems  to  show 
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that  a  reading  made  on  a  thin  alag  surface  in  a  furnace  that  is  enclosed, 
with  the  arc  off,  gives  true  temperatures. 
Table  8 

l^mpantiin  Bwd.  Dccrvaa  F.  Bamwka 


On  alag  nuface,  urc  off  10  min.* 
In  elooed-uid  tube,  immeraed  4  ii 
In  closed-end  tube,  immersed  4  ii 
Sag  surfaoe,  arc  oft> 
l^ibe  in  stag. 


■  Slog  was  approximately  H  in.  thick. 

*  Reading  made  at  a  later  date  than  one  above. 

Table  9. — Carbon  Steel  for  Coatings 


nsM  bom  8Urt  at  Tkp 


2960 

On  alag  tapping. 

2920 

On  slag  tapping. 

29S2 

On  alag  tapping. 

2ftS2 

On  alag  finish  tapping. 

Started  to  skim. 

Finished  akimming. 

Finished  weighing. 

2887 

First  shank. 

2865 

Second  shank. 

2821 

Pouring  second  shank  into  small  mold. 

2835 

Third  shank. 

2797 

Pouring  third  ahank  into  mold. 

2797 

Pouring  third  shank  into  mold. 

282S 

Fourth  ahaok. 

2782 

Pouring  fourth  shank  into  mold. 

2775 

Pouring  fourth  shank  into  mold. 

isss 

Fifth  shank. 

2761 

Pouring  fifth  shank. 

2775 

Pouring  from  ladle  into  first  mold. 

2730 

Pouring  from  ladle  into  second  mold. 

268S 

Third  mold,  small  atream. 

2782 

Fourth  mold,  large  stream. 

2768 

Fourth  mold. 

2761 

Fourth  mold. 

2763 

Fourth  mold. 

2761 

Fourth  mold,  oxidized  stream. 

2753 

Fifth  mold. 

2797 

Sixth  mold,  oxidiied  stream. 

2745 

At  this  point  the  writer  wishes  to  state  that  the  steel  poured  from ' 
these  electric  furnaces  was  the  coldest  of  any  he  has  had  occasioii  to  take 

LiOoqIc 
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temperatures  on,  either  open-hearth  or  electric,  and  further  contradicts 
any  supposition  that  electric  steel  is  hotter  than  open-hearth,  at  least 
when  it  is  tapped,  although  it  may  be  hotter  during  the  refining  period. 

In  Tables  9  and  10,  temperatures  are  given  for  tapping  and  teeming 
a  3-ton  basic  Heroult  furnace.  The  steel  was  used  for  castings  aud  for 
that  reason  had  to  be  hotter  than  steel  for  large  ingots.  The  tempera- 
tures given  in  Table  10  for  tapping  manganese  steel  are  the  hottest  of 
any  electric  steel  the  writer  has  had  occasion  to  take  measurements  on. 
However,  it  is  do  hotter  than  open-hearth  steel  for  castings  or  Bessemer 
steel  for  the  same  purpose,  as  may  be  seen  by  examination  of  Table  II. 

In  Tables  9  and  10  it  will  be  noted  that  there  is  some  fluctuation 
in  the  teeming  temperatures.  This  is  due  to  the  fact  that  the  steel  was 
poured  over  the  tip  of  the  ladle  and  was  sometimes  large  and  sometimes 
small.  The  small  stream  cooled  much  more  rapidly  and  as  a  consequence 
a  lower  temperature  was  read. 

Table  10. — Manganese  Steel  /or  Coatings 


Tinw  from  ai«rt  o(  T«p 

DsmsaF.  ' 

Minutn 

SWODd. 

15 

3053 

Steel  stream.  . 

34 

3025 

Steel  stream. 

S2 

3025 

Steel  stream. 

1 

14 

3037 

Steel  stream. 

1 

38 

3026 

Steel  stream. 

Table  11,-3 

^emperalur 

Obseroatio 

ns  on  3-ton  Acid  Bessemer  Coruxrter 

TIdk 

-: 

DtcnaF. 

Ramuki 

2r07 

2433 

Chargiiig  fieasemer  on  stream. 

llawaltorBta 

,t  of  Blow 

UlDulai 

2 

SO 

2574 

Flame  from  Bessemer. 

3 

10 

2632 

Flame  from  Bessemer. 

3 

37 

2722 

Flame  from  Benemer. 

10 

2824 

12 

2860 

Flame  from  Bessemer. 

43 

2747 

Flame  from  Bessemer. 

IS 

2752 

Flame  Crom  Bessemer. 

11 

0 
32 
63 

2527 
3060 

Ferromai^anese  into  ladle. 
Tap  Bessemer. 
Fimshtap. 

MBvGoogle 
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Ab  a  matter  of  curioBity,  a  set  of  readings  with  the  optical  pyrometer 
on  the  flame  from  a  3-ton  acid  Bessemer  converter  was  taken.  The 
hottest  portion  of  the  flame  was  selected  for  the  balance  for  each  reading 
and  the  time  noted  with  a  stop  watch.  The  temperatures  found  have 
no  particular  value,  as  the  temperature  of  a  flame  as  determined  with  an 
optical  pyrometer  depends  on  its  thickness.  It  is  interesting  to  note 
however,  how  the  temperature  values  increase  to  a  maximum  and  then 
decrease.     The  reading^  are  given  in  Table  II. 

In  conclusion  the  writer  hopes  that  the  data  presented  in  this  paper 
will  be  of  some  value  in  starling  further  inveetigatioos  along  the  lines  of 
control  of  molten  steel  temperatures  and  the  effects  of  pouring  tempera- 
tures on  quaUty  of  steel. 

The  writer  also  wishes  to  thank  Mr.  G.  H.  English,  formerly  Lieu- 
tenant of  the  Ordnance  Reserve  Corps,  for  the  opportunity  to  take  tem* 
peratures  on  ordnance  steel;  Mr.  A.  H.  Miller,  of  the  Midvale  Steel  Co., 
for  access  to  steel  furnaces  on  many  occasions;  and  Mr.  Knox  Taylor, 
president  of  the  Taylor  Wharton  Iron  &,  Steel  Co.,  for  the  privilege  of 
making  tests  at  hia  plant. 

DISCUSSION 

E.  S.  Tatlbrson,*  Pittsburgh,  Pa. — What  haa  just  been  said  brings 
out  one  of  the  disadvantages  of  the  optical  pyrometer.  It  requires  two 
operators  to  get  satisfactory  readings.  The  method  may  be  simplified 
by  using  a  sensitive  recording  anmieter.  The  operator  can  observe  the 
temperature  and  as  soon  as  the  color  match  is  perfect  a  key  on  the 
telescope  can  be  made  to  record  the  temperature  and  the  time  as  well. 
This  would  be  well  worth  investigating,  especially  in  the  case  of  open- 
hearth  practice  where  the  time  element  must  considerably  affect  the 
results  obtained. 

*  Rflaearoh  Laboratory,  Amer.  Sheet  &  Tm  Plate  Co. 


D.qit.zeaOvGoOt^lc 


SOME   THERMAL  HELATION8    IN    THE   TREATMENT   OF  BTBEL 


Some  Tbennal  Relations  in  tb'e  Treatment  of  Steel 

Br   CHABLBS   F.   BRUSH,    PH.   D.,    SC.    D.,    LL.    D.,    CLEVELAND,    OEnO 
(ChicBco  Meetinc,  Beptambsr,  ISIS) 

The  {general  subject  of  accurate  pyrometry,  its  great  developnieDt  in 
recent  years,  and  the  importance  of  its  application  in  arts  and  manu- 
factures is  so  ably  treated  in  other  papers  that  this  paper  will  be  confined 
to  a  r^um€  of  some  research  work  on  certain  temperature  effects  in 
carbon  and  other  steels,  some  of  which  appear  to  be  new.  The  results 
of  these  researches  are  embodied  in  several  papers  presented  to  various 
scientific  societies  during  the  last  few  years,  most  of  them  under  the 
general  title  of  Spontaneous  Generation  of  Heat  in  Recently  Hardened 
Steel.' 

Several  years  ago,  when  studying  the  behavior,  under  certain  condi- 
tions, of  specimens' of  hardened  tool  steel,  I  observed  that  they  all  spon- 
taneously generated  a  small  quantity  of  heat,  the  rate  of  generation 
diminishing  from  day  to  day  for  several  weeks  before  generation  became 
imperceptible  in  the  sensitive  calorimeter  used.  In  each  case  the  steel  had 
been  hardened  only  a  few  days  prior  to  its  use.  It  seemed  highly  prob- 
able that  the  generation  of  heat  was  associated  with  some  sort  of  "season- 
ing" or  incipient  anneahng  process,  perhaps  accompanied  by  slight 
changes  of  volume,  and  that  it  would  be  most  rapid  immediately  after 
hardening.  I  subsequently  investigated  this  curious  phenomenon  more 
fuUy. 

Twelve  }^i-m.  round  bars  of  tool  steel,  5  in.  long  and  with  machined 
surfaces,  were  hardened  by  heating  to  high  cherry  red  in  a  reducing 
atmosphere  of  a  gas  furnace  and  quenched  in  cold  water.  The  bars 
then  had  a  thin  strongly  adhering  coating  of  black  oxide.  They  were 
next  stirred  in  a  large  quantity  of  water  at  room  temperature,  to  acquire 
that  temperature,  wiped  dry,  and  oiled  with  heavy,  neutral  mineral  oil  to 
prevent  generation  of  heat  by  further  surface  oxidation,  wiped  free  of 
excess  of  oil  and  placed  in  a  Dewar  jar  in  the  calorimeter,     A  quantity 

'  Proc.  Am.  Phil.  Soc.  (May-July,  1915)  64. 
Pkyt.  Rev.  12]  (1917)  9. 
Proc.  Am-  Phil.  Soc.  (1917)  66. 

Proc.  Royal  Soc.  Lond.  (1917)  A9S;  joint  paper  with  Sir  Robert  A.  Hadfidd. 
Proc.  Royal  Soc.  Lond.  (1918)  A96;  joint  paper  with  Sir  Robert  A.  Hadfield  and 
S.  A.  Main. 

Proc  Am.  Phil.  Soc.  (1918)  67. 
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of  water,  also  at  room  temperature,  just  sufficient  to  equal  the  steel  bars 
in  thermal  capacity  had  already  been  placed  in  another  Dewar  jar  in 
the  catorimeter.  The  testing  device  was  assembled  as  quickly  as  pos- 
sible, and  galvanometer  readings  commenced  within  45  min.  of  the 
time  of  hardening  the  steel.  The  upper  curve  in  Fig.  1  shows  the 
progress  of  heat  generation  in  the  steel  bare  diuing  the  firat  150  hr.  after 
hardening.  A  very  slow  generation  of  heat  was  still  easily  observable 
at  the  end  of  a  month. 

The  temperature  of  the  steel  bars  was  rising  rapidly  when  the  galva- 
nometer readings  commenced  and  reached  a  point  (nearly  3°  C.  at  the 
summit  of  the  curve)  where  the  gain  and  loss  of  heat  balanced  each  other 
in  about  8  hr.  The  normal  cooling  curve  was  obtained  5  or  6  wk.  after 
the  other,  and  when  the  generation  of  heat  had  very  nearly  ceased.     For 
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this  purpose  the  steel  bars  were  removed  from  the  copper  cylinder,  warmed 
a  few  degrees,  and  replaced;  then  galvanometer  readings  were  made  from 
time  to  time  as  before.  This  curve  is  plotted  in  a  location  convenient 
for  visual  comparison  with  the  heating  curve,  but  might  just  as  well  be 
plotted  to  the  right  of  it. 

From  the  two  observed  curves,  I  have  computed  a  third  curve  (not 
shown)  which  represents  the  progressive  rise  in  temperature  that  would  - 
have  occurred  if  the  thermal  insulation  of  the  steel  had  been  perfect,  so  as 
to  prevent  any  loss  of  heat.  The  curve  is  strikingly  similar  in  character 
to  the  shrinkage  curve  shown  in  Fig.  3,  and  indicates  a  close  association 
of  heat  generation  and  shrinking,  to  which  I  shall  refer  ^ain.  The  total 
rise  in  temperature  indicated  (about  5"  C.)  is  of  Uttle  quantitative  impor- 
tance because  it  is  highly  probable  that  it  would  have  been  different  if 
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the  steel  had  been  hardened  at  a  different  temperature,  or  more  uniformly 
hardened  throughout  each  bar,  or  had  a  different  carbon  content.  Yet 
it  Ib  interesting  to  note  that  the  observed  quantity  of  heat  spontaneously 
generated  in  the  steel,  measured  by  its  rise  in  temperature  multiplied  by 
its  thermal  capacity,  indicates  internal  work  of  some  sort  sufficient  to 
lift  the  steel  bodily  about  800  ft.  against  the  force  of  gravity. 

The  same  number  of  bars  of  high-speed  tungsten  steel  of  the  same 
dimensions  were  water-hardened  at  white  heat,  not  far  below  the  fusing 
point,  brought  to  room  temperature,  oiled,  and  placed  in  the  copper 
cylinders,  as  in  the  former  case,  and  galvanometer  readings  were  com- 
menced 1  hr.  after  hardening.  Fig.  2  shows  the  curve  of  heat  generation 
in  the  high-speed  steel,  and  the  curve  of  normal  cooUng  located  with 
respect  thereto  as  in  Fig.  1.     The  cooling  curve  here'shown  is  the  lower 
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part  of  that  used  in  Fig.  1.  It  is  permissible  to  use  the  same  cooUng  curve 
for  both  kinds  of  steel  because  the  thermal  capacity  of  the  two  lots  was 
very  nearly  the  same.  It  is  seen  that  heat  generation  in  the  tun^ten 
steel  is  the  same  in  character  as  in  the  carbon  steel  of  Fig.  2,  though  much 
less  in  amount  and  somewhat  more  persistent. 


Shrinkage  of  Carbon  Steel  when  Annealed 

Many  workers  in  steel  are  aware  that  the  metal  expands  a  little  when 
hardened  and  shrinks  when  annealed.  Having  no  more  of  the  carbon 
steel  used  in  the  first  experiment,  I  procured  another  H-in-  round  bar 
of  the  same  brand,  though  slightly  different  in  composition,  as  the  analyses 
show.  With  a  piece  of  this  bar  2)4  in.  long  I  made  a  careful  detennlna- 
tiou  of  its  specific  gravity  under  the  conditions  and  with  the- results 
here  shown. 
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Specitic  G^atitt 

Commercial  condition 7.8507 

After  hardening 7.8127 

After  tempering  to  light  blue .  7 .  8360 

Af t«r  aasealing 7.8529 


Phosphorus 0.015 

Sulfur 0.021 

Silicon 0.16 

Mai^aneee 0.33 

Carbon 1.07 


The  difTerence  in  density  and  volume  between  the  hardened  and 
annealed  conditions  is  fully  H  per  cent.,  which  is  more  than  I  expected 
to  find;  and  nearly  one-half  of  the  total  shrinkage  was  brought  about  by 
the  very  moderate  heating  necessary  for  tempering  to  light  blue.  The 
annealing  was  very  thorough,  and,  as  the  figures  show,  was  more  complete 
than  in  the  annealed  commercial  condition.  The  shrinkage  incident  to 
tempering  was  large  enough  to  encourage  the  hope  that  if  any  spontaneous 
shrinking,  at  room  temperature,  occurs  during  the  generation  of  heat  that 
follows  hardening,  it  might  be  detected  and  measured.     Apparatus  was 
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Fia.  3. — Shrinkaqe  or  hardened  steel  bar. 

designed  with  which  rods  3  ft.  long  and  1  mm.  in  diameter  were  tested. 
After  some  preliminary  experiments,  to  get  acquainted  with  the  appara- 
tus, a  fresh  rod  was  hardened  by  placing  it  horizontally  in  a  wooden  rack 
just  above  a  trough  of  water  at  room  temperature,  quickly  heating  it  to 
bright  redness  by  passing  suitable  electric  current  through  it,  and  plung- 
ing it  in  the  water  beneath,  the  act  of  lowering  the  rod  servii^  to  break 
the  electric  circuit.  The  rod  was  kept  straight  while  hot  by  means  of  a 
weak  spiral  spring,  which  took  up  the  expansion.  Preliminary  experi- 
ments had  shown  that  a  rod  could  be  hardened  in  this  way  without  warp- 
ing. The  hardened  rod,  already  at  room  temperature,  was  quickly 
wiped  dry  and  put  in  place  beside  the  comparison  rod.  A  fine  horizontal 
scratch  was  immediately  drawn  across  the  polished  fronts  of  the  bars 
by  means  of  a  straightedge  and  sharp  needle  point  lightly  applied.  A 
microscope,  magnifying  about  200  diameters  and  very  solidly  mounted. 
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was  brought  into  position  and  focused  on  the  horizontal  scratch,  which 
of  course  consisted  of  an  independent  scratch  on  each  bar,  the  two  halves 
being  initially  in  perfect  register.  Shrinkage  of  the  hardened  rod  was 
detected  within  2  min.  after  scratching  the  brass  bars,  and  was  easily 
observable  at  the  end  of  2  weeks.  Fig.  3  shows  the  progress  of  shrinking 
during  the  first  150  hr.  The  curve  reached  the  500  line  a  day  or  two  later. 
The  hardened  length  of  the  rod  was  assumed  to  be  35  in.,  so  that  its 
actual  shrinkage  at  the  500  line  of  the  curve  was  0.0175  in. 

The  rod  was  next  scoured  clean  and  tempered  to  light  straw  color  by 
electric  warming,  then  to  light  blue  color,  and  its  total  shrinkage  measured 
after  each  operation.  Finally,  it  was  thoroughly  annealed  by  bedding 
in  mineral  wool,  beating  to  low  redness  }^  hr.,  and  gradually  reducing 
the  heating  current  to  nothing  in  the  course  of  2  or  3  hr.,  after  which  the 
shrinkage  was  again  measured.  The  rod  shrank  considerably  in  each 
operation,  as  indicated  in  Table  1,  in  which  the  annealed  length  is  taken 
aa  unity  or  100  per  cent. 

Tlnrar  Surink^ft  X  100 
■^l^^Hl^i^B^^BH^^^^B^^^^iH  Loigdi  of  Rod  A^Hudenn^ 
^i^B^^i^^^^^^^^^^^^HMMH    AAer  Spontaneous  Shrinking 
^^^i^HHm^aH^HiavaHHHia  After  Tco^ienng  to  Li^t  Scaw 

I^H  Afat  Tempeiiiig  to  L^  Blue 

Afict  ^Wiealiog 
Fio.  4. — Shbinxaoe  of  stxel  bar  due  to  heat  t 


Table  1 

Lenjitik  of  rod  after  hardening 100.383 

After  spontaneous  Bhrinking 100.333 

After  tempering  to  light  straw 100. 182 

After  tempering  to  light  blue 100. 131 

After  annealing 100. OQO 

Of  course  the  shrinkage  in  volume  must  have  been  very  nearly  three 
times  the  linear  shrinkage,  or  considerably  more  than  1  per  cent,  from 
the  hardened  to  the  annealed  condition,  which  is  more  than  double  that 
observed  in  the  bar  steel  used  in  the  first  experiment.  Doubtiess  this 
was  due  to  the  higher  carbon  content  of  the  small  rod  and  more  luufonn 
hardening,  owing  to  its  small  size.  It  is  highly  probable  also  that  more 
heat  was  generated  per  unit  of  mass.  In  Fig.  4  the  stages  of  shrinkii^ 
of  the  small  rod  are  shown  by  magnifying  a  hundred-fold  the  observed 
quantities  in  Table  I . 

I  have  already  pointed  out  the  close  similarity  in  character  of  the 
spontaneous-shrinkage  curve.  Fig.  3,  and  the  computed  curve  of  total 
heat  generation;  there  seems  little  room  for  doubt  that  the  two  phe- 
nomena are  quantitatively  related. .  It  is  equally  clear  that  spontaneous 
shrinking  is  only  incident  to,  and  is  not  the  prime  cause  of  the  getteratioD 
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of  heat,  because  the  internal  work  represented  by  the  heat  generated  is 
very  many  times  more  than  sufficient  to  effect,  by  compression,  the  re- 
duction in  volume  that  probably  occurred  while  the  J^-in.  bars  were 
generating  heat.  Sir  Robert  A.  Hadfield,  in  the  second  joint  paper 
referred  to,  treats  the  data  mathematically  and  reaches  the  same  con- 
clusion. More  recent  experimeatB,  some  of  which  show  no  shrinking 
during  the  generation  of  heat,  further  confirm  it. 

An  attempt  was  made  to  measure  Young's  modulus  of  elasticity  in  the 
small  rod  both  in  the  hardened  condition  (after  spontaneous  shrinking) 
and  after  annealing,  by  banging  various  weights  to  them  ^nd  measuring, 
with  the  microscope,  the  dietortions  produced,  always  far  within  the 
elastic  limit.  But  I  was  unable  to  obtain  reliable  results  because  of  an 
interesting  fact  that  was  brought  to  light:  In  the  annealed  condition,  the 
steel  exhibited  a  small  amount  of  viscosity  or  internal  friction  which 
somewhat  delayed  full  distortion  and  subsequent  restitution;  but  in  the 
hardened  condition  the  viscosity  was  many  times  greater.  This  is  a 
further  illustration  of  the  instability  of  the  hardened  steel. 

I  am  led  to  regard  the  hardened  steel  as  being  in  a  condition  of  very 
great  molecular  strain  somewhat  unstable,  especially  at  first.  Spon- 
taneous relief  of  a  small  portion  of  the  strain  causes  generation  of  heat 
until  stability  at  room  temperature  is  reached.  Any  considerable  rise 
of  temperature,  as  in  tempering,  permits  further  spontaneous  relief  of 
strain,  or  molecular  rearrangement,  and  is  doubtless  accompanied  by 
more  generation  of  heat,  and  so  on  until  the  annealing  temperature  is 
reached!  It  is  obvious  that  the  process  of  tempering  or  annealing  steel  is 
exothermic  and,  conversely,  that  hardening  is  endotheimic. 

NiCKEIi-CHBOUIUH  StEEL 

Subsequently,  Sir  Robert  Hadfield  sent  me  two  specimens  of  nickel- 
chromium  steel  for  further  tests.  Each  specimen  consisted  of  twelve 
}i-m.  round  bars  5  in.  long,  with  machined  surfaces,  so  that  the  results 
obtained  would  be  quantitatively  comparable  with  those  of  the  other 
kinds  of  steel  previously  examined.  Specimen  A  was  gradually  heated 
in  a  gas  furnace,  with  reducing  atmosphere,  while  its  magnetic  behavior 
was  observed  from  time  to  time.  For  this  purpose  the  bundle  of  bars 
was  surrounded  by  a  single  turn  of  asbestos-insulated  platinum  wire, 
the  ends  of  which  were  connected  with  a  ballistic  galvanometer  having 
the  usual  mirror  and  scale.  The  furnace  was  surrounded  by  a  lai^e  coil 
of  heavy  copper  wire  through  which  a  direct  electric  current  could  be 
established  and  broken  at  will  by  means  of  a  switch  and  storage  battery. 
Before  the  steel  bars  were  placed  within  the  platinum  loop  inside  the 
furnace,  closure  of  the  outer  copper  coil  circuit  caused  a  brief  electric 
pulse  in  the  loop  and  a  "kick"  in  the  galvanometer,  giving  a  definite 
minimum  deflection  easily  observed  with  considerable  precisioa.    With 
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the  steel  bars  iomde  the  platinum  loop  the  galvanometer  deflection  was, 
of  course,  many  times  greater  until,  with  rising  temperature,  the  decales- 
cent  point  was  approached;  then  the  deflection  fell  rapidly  to  the  mini- 
mum value  ae  above,  or  very  near  it.  This  simple  induction  apparatus 
was  found  entirely  reliable  and  satisfactory. 

SuBceptibihty  remained  substantially  constant  until  several  minutes 
after  cherry-red  heat  was  reached,  then  fell  rapidly  to  nothing.  This  was 
taken  to  indicate  complete  decalescence,  and  the  proper  temperature 
for  hardenii^.  The  furnace  was  immediately  opened  and  the  twelve 
bars  quenched  separately  in  water  and  crushed  ice,  then  stirred  in  much 
water  at  room  temperature,  wiped  dry,  oiled,  and  placed  in  the  c^o- 
rimeter  used  in  the  earlier  experiments. 


y>    Bo    JO    So 
Houn  After  Haidenii^ 
FiQ-  5. — Generation  or  hkat  by  MicEBL-cBRounm  steel  aftbb  hardbnino. 

Fig.  5  shows  the  progress  of  heat  generation  following  this  first  hard- 
ening of  specimen  A  of  the  Hadfield  nickel-chromium  steel.  Rapid 
generation  of  heat  is  indicated  in  the  eariy  stages,  especially  during  the 
first  hour,  and  maximum  temperature,  the  point  at  which  gain  of  heat 
was  balanced  by  normal  cooUng,  was  reached  in  about  3H  hr.  Obviously 
the  rate  of  generation  had  diminished  very  much  by  that  time  and  was 
falling  fast,  though  it  still  retained  considerable  value  at  the  end  of  150 
hr.  In  general,  the  curve  of  first  hardening  indicates  that  the  rate  of 
heat  generation  diminished  steadily  from  the  moment  of  quenching  the 
hot  steel.  Hadfield's  analysis  of  this  steel  shows,  chromium  2.02  per 
cent.,  nickel  1.98  per  cent. 

After  a  week  of  cooling,  the  bars  were  ^ain  placed  in  the  furnace 
and  heated  to  a  temperature  considerably  higher  than  before  by  continu- 
ing the  heating  15  min.  after  complete  loss  of  magnetic  susceptibility. 
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They  were  then  quenched  and  treated  as  fonnerly.  The  other  curve  of 
F^.  5  shows  the  effect  of  the  higher  queoching  temperature.  The  total 
amount  of  heat  generated  was  not  greatly  different  in  the  two  cases. 
Specimen  B  of  the  Hadfield  steel  was  treated  at  first  precisely  like 
specimen  A;  but  in  the  second  hardening  was  not  heated  quite  so  far 
above  the  temperature  of  decalescence.  Fig.  6  shows  the  progrras  of 
heat  generation.  The  total  amount  of  heat  generated  was  much  greater 
after  the  second  hardening  than  after  the  first,  in  which  respect  this 
specimen  differs  greatly  from  the  other.  Probably  this  was  due  to  the 
different  carbon,  chromium,  and  nickel  content  as  shown  in  the  analyses 
of  the  two  specimens.  Hadfield's  analysis  of  specimen  B  shows  chromium 
2.51,  nickel  2.81. 
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Fio.  6. — Gbnbratiok  of  heat  bt  NicKBi/<!HBo>fii7u  bteel  aftbe  hardbnino. 

The  effect  on  specimen  £  of  a  moderate  increase  in  quenching  tempera^ 
ture  was  so  great  that  it  was  thot^ht  worth  while  to  quench  it  a  third 
time,  at  a  temperature  somewhat  lower  than  in  the  first  hardening,  so 
the  temperature  of  complete  recalescence  was  chosen.  While  the 
quenching  temperature  of  first  hardening  was  just  above  the  critical 
temperature  of  decalescence,  that  of  the  third  hardening  would 
lie  just  below  the  critical  temperature  of  reealescence.  Specimen  B 
was,  therefore,  again  slowly  heated  in  the  gas  furnace  until  complete  loss 
of  magnetic  susceptibility  was  reached;  then  the  supply  of  gas  and  air 
was  so  far  reduced  that  the  furnace  very  gradually  cooled.  In  about 
20  min.  the  steel  commenced  to  regain  its  magnetic  susceptibihty,  and  a 
few  minutes  later  had  completely  regained  it.  The  bars  were  imme- 
diately quenched  and  treated  as  formerly. 

I  had  expected  to  find  that  the  spontaneous  generation  of  heat  would 
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be  greatly  modified,  or  [Hjssibly  eliminated  by  thus  quenchii^  the  steel 
below  the  critical  temperature,  because  true  hardening  could  not  have 
taken  place.  But  it  was  not  so.  On  the  contrary,  about  three-fourths 
as  much  heat  was  generated  as  followed  the  first  hardening,  and 
its  curve  (not  plotted)  was  parallel  throughout  with  that  of  the  first 
'  hardening. 

It  has  been  suggested  that  some,  at  least,  of  the  spontaneously  gene- 
rated heat  found  in  all  my  experiments  may  have  been  due  to  chemical 
action.  To  meet  this  criticism  I  again  slowly  heated  specimen  B  until 
it  began  to  lose  its  magnetic  susceptibility.  This  was  above  the  tem- 
perature of  the  previous  quenching,  and  presumably  obliterated  its 
effects;  it  also  destroyed  the  oil,  and  oily  compounds  if  any,  of  the 
previous  operation.  Then  the  furnace  was  closed  and,  with  its  contents, 
allowed  to  cool  4  hr.  The  steel  bars  were  then  removed  from  the  furnace, 
still  too  hot  to  handle,  allowed  to  airHiool  3'^  hr.  longer,  stirred  in  much 
water  at  room  temperature,  wiped  dry,  oiled,  and  placed  in  the  calo- 
rimeter as  before.  The  slow  leakage  of  air  into  the  hot  furnace  tJter 
closing  had  provided  the  steel  bars  with  a  thin  coating  of  black  oxide 
having  the  same  appearance  as  that  which  followed  the  previous  quench- 
ings.  The  aim  of  all  this  procedure  was  to  j^produce  as  faithfully  as 
possible  all  the  conditions  that  obtained  in  previous  experiments  except 
quenching. 

'  In  all  former  experiments  the  temperature  of  the  steel  had  risen  con- 
siderably during  the  assembUng  of  the  apparatus  immediately  follow- 
ing the  oiling  of  the  bars,  as  shown  by  the  curve  sheets.  But  in  this 
case  t^e  first  galvanometer  readings  were  shghtly  minus,  showing  that  the 
steel  was  about  }4q°  colder  than  the  balancing  water  in  the  other Dewar 
jar;  several  days  passed  before  approximate  equality  of  temperature  was 
reached.  Hence  we  may  safely  say  that  not  the  slightest  trace  of  heat 
was  generated  in  the  steel,  and  that  the  heat  generation  observed  in 
former  experiments  was  surely  due  to  the  quenching,  which  arrested 
transformation. 

Table  2 


Spool 

SmoiuI 

SpMii 

locbM 

5.0180 
5,0180 
6.0172 
6.0161 
5.0139 

iMnB 

Leii((h  of  T»t  B« 

H.rdemn«, 
Inche. 

SaooDd 

-sss- 

After  hardening 

6,0271 
5.0274 
5.02$3 
6.0265 
5.0222 

5.0354 
5.0342 
5.0293 
5,0293 
6.0250 

After  epontaneouB  ahrinking 

After  tempering  to  light  straw . . 

S.0143 
6.O0B3 
5.O091 
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Before  commencing  the  experimeDts,  a  teat  bar  of  each  lot  was  pre- 
pared by  machimng  its  ends  slightly  convex  and  polishing,  so  as  to  permit 
of  accurate  lei^fa-measurements  by  means  of  a  micrometer  oahper 
easily  manipulated  to  constant  end-pressure  and  easily  read  to  0.00005  in. 
The  test  bars  were  mechanically  held  always  in  the  same  position  between 
the  caliper  jaws.  Measurements  of  the  (est  bars  were  made  after  various 
treatments,  and  the  results  are  shown  in  Table  2.  The  error  of  measure- 
ment does  not  exceed  one  unit  in  the  last  decimal.  In  neither  case  was 
there  any  spontaneous  shrinking  after  the  first  hardening,  thus  demon- 
strating that  the  heat  generation  which  then  occurred  was  not  due  to 
shrinkii^. 

In  both  specimens  total  shrinkage  was  about  twice  as  great  after  the 
second  hardening  as  after  the  &rst  but  was  divided  between  the  several 
treatments  quite  differently.  Comparing  the  second  hardening  shrink- 
ages with  the  first:  Considerable  occurred  spontaneously  (none  in  first); 
about  five  times  as  much  followed  tempering  to  light  straw,  and  little  or 
none  followed  the  second  tempering,  to  light  blue,  though  this  caused 
considerable  shrinking  in  both  cases  of  first  hardening. 

In  connection  with  the  first  tempering,  to  light  straw  color,  in  both 
cases  of  second  hardening,  an  interesting  phenomenon  was  observed: 
In  all  cases  of  tempering  to  color,  the  bar  was  sandpapered  bright,  very 
slowly  and  uniformly  heated  until  the  desired  color  appeared,  and  then 
quenched  in  water  at  room  temperature  to  arrest  progress  of  tempering; 
but  the  bars  continued  to  shrink  for  several  hours.  The  final,  stable 
measurements  are  given  in  the  tables.  Why  no  further  shrinking 
occurred  when  the  bars  were  tempered  to  light  blue  is  not  entirely  clear. 

The  anomalous  behavior  of  specimen  B  of  the  Hadfield  nickel-chro- 
mium steel  after  its  third  quen(^ng  prompted  further  investigation. 
In  conducting  these  later  experiments  an  electric  furnace  was  employed 
for  heating,  instead  of  the  less  convenient  gas  furnace  and  the  latest  form 
of  Bcleroscope  for  testing  hardnras  was  installed;  also,  a  most  modern 
industrial  thermoelectric  pyrometer.  The  latter  was  used  as  it  came  from 
the  maker,  without  further  caUbration ;  hence  the  temperatures  recorded 
may  be  several  degrees  in  error,  though  they  are  thought  to  be  relatively 
consistent. 

-  In  the  annealed  condition  specimen  B  was  found  to  have  a  scleroscope 
hardness  of  31.  Each  scleroscope  hardness  cited  in  this  paper  is  the 
mean  of  at  least  ten  consistent  measurements,  each  measurement  made  on 
a  fresh  spot  of  surface  carefully  made  smooth  and  Sat. 

In  order  to  ascertain  the  critical  temperatures  of  decalescence  and 
^ecalescence  of  specimen  B,  three  of  the  twelve  bars  were  very  gradually 
heated  until  almost  complete  loss  of  magnetic  susceptibiUty  was  reached. 
This  occurred  rather  abruptly  at  about  777°  C.  One  of  the  bars  was 
quenched  at  this  temperature,  and  its  scleroscope  hardness  was  found 
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to  be  74,  which  may  be  taken  as  the  hardness  of  specimen  B  after  the  first 
quenching. 

The  remaining  two  bars  were  allowed  to  cool  very  slowly  in  the  fur- 
nace until  complete  recovery  of  magnetic  susceptibility  took  place  at 
about  660°;  recovery  was  abrupt  in  temperature.  One  of  these  bare  was 
quenched  at  this  temperature,  and  its  hardness  was  found  to  be  only  37, 
which  is  not  much  above  the  annealed  hardness.  This  seems  conclusive 
evidence  that  true  hardening  did  not  take  place  in  specimen  B  on  its 
third  quenching  although  good  spontaneous  generation  of  heat  followed 
the  quenching. 

The  three  bars  were  again  heated  to  complete  decaleacence  and 
annealed  in  the  furnace  so  as  to  leave  all  twelve  bars  of  specimen  B  in 
an  annealed  condition. 


10    zo    }o    40     50    5o 

Hcxus  After 
Fig.  7. — Extended  curve  be 


Fig.  7  is  the  extended  curve  sheet  of  specimen  B.  The  curve  of 
first  hardening  shows  the  spontaneous  generation  of  heat  that  followed  the 
first  quenching  at  about  777°,  the  curve  of  second  hardening,  indicated 
by  2A,  shows  considerably  greater  generation  of  heai.  Quenching  tem- 
peratute  and  hardness  were  not  observed;  but  it  is  known  that  the 
quenching  temperature  was  much  liigher  than  777°.  The  third  curve, 
showing  spontaneous  generation  of  heat,  is  indicated  by  Sq,  meaning 
third  quenching  (not  hardening).  To  make  it  clear  that  heat  was  gene- 
rated in  this  case  the  curve  of  nonnal  cooling  is  dotted  for  easy  comparison. 
The  quenching  temperature  in  this  case  must  have  been  slightly  below' 
660°  and  hardness  only  about  37. 

Specimen  B,  left  in  the  annealed  condition  at  the  close  of  former 
experiments,  with  a  hardness  of  31,  was  next  gradually  heated  to  554°, 
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Eillowed  to  cool  slowly  to  532"  and  quenched.  It  was  then  purposely 
brought  to  a  temperature  slightly  above  room  temperature  and  placed 
in  the  calorimeter.  The  prepress  of  cooling  is  plotted  in  the  curve  4q 
(fourth  quenching).  For  easy  comparisoa  the  normal  cooling  curve  is 
drawn  aa  a  dotted  line  through  the  first  station  of  the  iq  curve.  Beyond 
this  point  the  iq  curve  hes  everywhere  below  the  normal  cooling  curve, 
showing  conclusively  that  the  steel  cooled  abnormally  fast.  Inother  words, 
there  was  spontaneous  disappearance  or  absorption  of  heat  in  the  steel, 
most  notable  during  the  first  few  hours  after  quenching.  Hardness  was 
35.5. 

The  steel  was  next  heated  to  562°  and  quenched.  The  result  of 
this  treatment  is  shown  in  the  curve  5q,  with  its  own  dotted  normal 
cooling  curve.  Absorption  of  heat  ia  again  indicated,  even  greater 
than  in  4q  but  somewhat  differently  distributed.  Hardness  was  now 
34.5.  Again  the  steel  was  heated,  this  time  to  594°,  and  quenched. 
Again  there  was  marked  absorption  of  heat.  The  curve  was  almost 
identical  with  iq,  and  is  not  plotted,  to  avoid  confusion  of  lines.  Hard- 
ness was  again  34.5. 

The  seventh  heating  was  carried  to  667°  for  quenching.  This  was 
a  much  larger  temperature  advance  than  in  either  of  the  preceding 
experiments,  and  was  above  the  temperature  of  the  third  quenching, 
which  was  followed  by  very  considerable  generation  of  heat.  But  now 
there  was  very  considerable  absorption  of  heat,  as  shown  in  curve  7q. 
Hardness  was  now  34. 

It  should  be  noted  that  the  quenchings  that  were  followed  by  ab- 
sorption of  heat  were  made  at  rising  temperatures  which  had  not  been 
exceeded  (except  slightly  in  the  case  of  iq)  since  the  steel  was  annealed. 
But  in  the  case  of  the  third  quenching  the  quenching  temperature  was 
a  falhng  one,  reached  by  cooling  from  the  much  higher  temperature  of 
decalescence.  I  can  think  of  no  other  cause  than  this  for  the  radically 
different  results  of  the  third  and  seventh  quenchings,  which  were  made  at 
substantially  the  same  temperature.  The  temperature  difference  be- 
tween complete  loss  and  complete  recovery  of  magnetic  susceptibility 
117°  was  unusually  large;  but  while  this  temperature  drop  brought  about 
almost  annealed  softness,  and  full  restoration  of  magnetic  qualities, 
it  did  not  very  greatly  affect  that  quaUty  of  the  steel  which  is  responsible 
for  the  spontaneous  generation  of  heat.  Seemingly,  one  or  more  of  the 
several  unstable  compounds  or  mixtures  of  the  constituents  of  the  steel 
formed  at  the  upper  critical  temperature  did  not  have  time  to  wholly 
revert  to  normal  annealed  condition  while  the  metal  was  cooling  to  and 
passing  through  recalescence.    The  time  of  this  cooling  was  about  l^  hr. 

To  confirm  the  curious  result  of  the  third  quenching,  that  is,  gen- 
eration of  heat  without  hardening,  the  bars  were  quenched  the  eighth 
time  as  follows:  Slowly  heated  (nearly  2  br.)  to  819°,  slowly  cooled 
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(nearly  1  hr.)  to  680°  and  quenched.  During  the  heating  complete 
loss  of  magnetic  susceptibility  occurred  at  779°,  which  was  an  excellent 
confirmation  of  the  former  finding  (777°).  But  in  cooling,  full  recovery 
of  magnetic  susceptibility  came  at  680°,  which  is  20°  higher  than  before. 
The  five  intermediate  treatments  may,  perhaps,  account  for  this.    And 

Table  3. — R4sum4  of  Specimen  B 

Temperature  of  complete  loss  of  magnetic  susceptibility,  777*  C. 

Temperature  of  complete  recovery  of  magDetie  susceptibility,  060°  to  680*  C. 


First  bArdening About  777  74*        Good  generation  of  heat 

Second  hardening,  |  Much  higher  temp  J         . .  ;  Much  larger  generation  of  he&t 

Third  quenching . . !  About  780-660  j        37'        Fairiy  good  generation  of  beat 

Annealing 31 

Fourth  quenching. I           654-532  36.6  ;  Good  absorption  of  heat 

Fifth  quenching.  .1               562  34.5  |  Good  absorption  of  heat 

Sixth  quenching..                594  34.5      Good  absorption  of  heat 

Seventh  quenching               667  34         Good  absorption  of  heat 

Eighth  quenching,'           81ft-680  47          Good  generation  of  heat 

*  Result  obtained  from  a  separate  experiment. 

this  higher  quenching  temperature  may  account  for  the  somewhat 
greaterb&rdnessproduced,  whichwa8laterfoundtobe47,  as  against  37  for 
the  third  quenching  (74  for  true  hardening  above  decalescent  temperature) . 

Following  the  eighth  quenching  there  was  good  generation  of  heat, 
better  than  after  third  quenching,  but  differently  distributed  in  time — 
not  so  rapid  at  first,  but  much  better  sustained.  This  appears  to  con- 
firm the  third  experiment. 

Absorption  was  rapid  during  the  first  few  hours,  and  nearly  (not 
quite)  ceased  at  the  end  of  50  or  60  hr. ;  while  generation  was  well  marked 
up  to  150  hr.  In  earlier  experiments  generation  of  heat  was  easily 
detected  at  the  end  of  a  month. 

Carbon  Steel 

.  As  it  seemed  desirable  to  learn  whether  plain  carbon  steel  would 
show,  like  the  nickel-chromium  steel,  generation  of  heat  without  harden- 
ing, or  ftbBorption  of  heat  when  quenched  at  rising  temperatures  below 
the  lower  critical  temperature,  after  annealing,  the  following  experiments 
were  made  with  the  carbon  steel  used  for  the  first  experiment.  The 
normal  cooUng  curve  and  upper  curve  of  heat  generation  shown  in 
Fig.  8  are  taken  from  Fig.  1. 

The  steel  was  quenched  at  very  high  temperature,  temperature  and 
hudness  were  not  then  observed,  but  recently  the  scleroscope  hardness  was 
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observed,  79.  In  the  second  hardening  the  steel  waa  quenched  at  802° 
considerably  above  decalescence,  but  much  lower  than  in  first  hardening. 
Complete  loss  of  magnetic  susceptibility  occurred  at  765°.  Hardness 
was  now  73.    For  the  third  quenching  the  steel  was  heated  to  815°, 
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somewhat  above  preceding  quenching  temperature,  allowed  to  cool 
slowly  to  720°  and  quenched.  This  was  a  little  below  the  temperature 
of  complete  recovery  of  magnetic  susceptibility,  which  had  occurred  at 
729°.     Hardness  was  now  only  28.5, -and  there  was  no  generation  of  heat. 
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Hoim  After  Hardening 
Fia.  9. — Genebatton  or  heat  after  rardekiko 


The  nickel-chromium  steel  had  shown  good  generation  of  heat  under 
similar  circumstances.  It  was  annealed  by  beating  to  822°,  to  obliterate 
previous  quenching  effects,  and  cooled  slowly  in  the  furnace.  Hardness 
was  now  25.5.  For  the  fourth  quenching  it  was  heated  slowly  from  the 
annealed  condition  to  633°  and  quenched.    Hardness  was  again  28.6, 
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and  there  was  no  trace  of  absorption  of  heat.  The  nickel-chromium 
steel  has  ehown  good  absorption  of  heat  under  similar  circumstances. 
For  the  fifth  quenching,  it  was  heated  slowly  to  732°,  just  above  the  t^n- 
perature  of  complete  recovery  of  magnetic  susceptibiUty,  aad  quenched. 
No  generation  or  absorption  of  heat,  nor  change  in  hardness  (28.5). 

For  a  general  check  on  the  performance  of  the  apparatus,  twelve 
H-in.  round  bars  of  Swedish  charcoal  iron,  of  the  aggregate  weight  of 
the  steel  mually  employed,  were  dowly  heated  to  960"  and  quenched. 
Complete  loss  of  magnetic  susceptibility  had  occurred  at  801°.  The  bars 
were  warmed  about  3°  just  before  being  placed  in  the  calorimeter.  There 
was  QO  trace  of  heat  generation  following  the  quenching.  Indeed,  the 
curve  of  cooling  followed  the  normal  cooling  curve  with  such  fidelity  that 
nowhere  did  they  differ  as  much  as  the  width  of  the  curve  line.  This  was 
very  gratifying  in  view  of  the  fact  that  observations  for  the  normal 
cooling  curve  were  made  more  than  2  years  prior,  and  checked  only  once 
since  that  time.     Hardness  was  1S.5. 

Manganese  Steel 

Sir  Robert  Hadfield  long  sigo  suggested  that  interesting  results  might 
follow  similar  experiments  with  manganese  alloy  steel,  so  19  num- 
bered bars,  each  6  in.  long  and  ^  in.  in  diameter,  were  cut  from  the 
same  long  bar  and  ground  to  size  after  treatment.  They  contained: 
carbon,  1.18  per  cent.;  silicon,  0.14  per  cent.;  manganese,  12.29  per  cent. 

Bars  1  to  6,  as  forged,  were  non-magnetic.  Bars  7  to  12,  toughened 
by  water-quenching  at  995''C.,  were  non-magnetic.  Bars  13  to  IS, 
toughened  as  above,  then  reheated  to  500°  and  kept  at  that  temperature 
63  hr.,  were  magnetic.  Bar  19,  treated  hke  13  to  18,  then  reheated  to 
995°  and  water-quenched,  was  non-magnetic.  The  sderoscope  hardness 
of  bar  1,  as  forged,  was  37.3;  bar  7,  toughened,  was  28.5;  bar  15,  toughened 
and  reheated,  wa^  51.6;  bar  19,  toughened,  reheated,  and  retoughened, 
was  39. 

Bar  13  was  subsequently  heated  to  1074°  and  cooled  (annealed) 
in  the  furnace.  Its  hardness,  which  presumably  had  been  about  51.6 
like  its  companion  No.  15,  was  then  28.8,  and  it  was  non-magnetic; 
seeming  to  show  that  quenching  at  ti^h  temperature,  and  annealii^ 
from  a  still  higher  temperature,  gives  the  same  hardness  and  non-mag- 
netic condition  whatever  the  previous  treatment  may  have  been.  The 
hardness  of  bar  19  seems  to  contradict  this  conclusion,  in  respect  of 
hardness,  but  it  was  quenched  at  a  very  considerably  lower  temperature. 

In  the  following  experiments  ten  of  the  &-in.  bars  were  used,  so  as  to 
approximately  equal  in  weight  the  twelve  5-in.  bars  of  other  steel  employed 
in  former  experiments. 

First  QuencAint/. — Bars  1  to  5  and  7  to  11  were  heated  in  an  electric 
muffle  furnace  to  1013°  C.  and  quenched  in  water;  this  treatment  was 
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followed  by  no  appreciable  generation  or  absorption  of  heat  when  tested 
in  the  calorimeter.  Hardness  was  now:  bar  1,  30;  bar  7,  28.3,  showing 
that  the  first  and  the  second  lot  were  brought  to  substantially  the  same 
toughened  condition. 

Second  Quenching. — ^The  ten  bars  were  again  heated  to  1013°,  allowed 
to  cool  in  the  furnace  to  80P°  and  quenched;  again  there  followed  no 
appreciable  generation  or  absorption  of  heat.  Hardness  was  now; 
bar  1,  27.6;  bar  7,  26.3. 

Third  Quenching. — The  bars  were  heated  to  818°,  allowed  to  cool  in 
the  furnace  to  607°,  and  quenched;  there  was  no  subsequent  generation  or 
absorption  of  heat.    Hardness  was,  bar  1,  26.3;  bar  7,  26.6. 

The  ten  bars  were  next  heated  slowly  to  645°  and  allowed  to  cool 
slowly  in  the  furnace  to  room  temperature.  The  hardness  was,  bar  1, 
26.5;  bar  7,  25.9.  All  the  bare  were  now  very  moderately  magnetic, 
though  in  their  softest  condition. 

The .  foregoing  quenching  temperatures  were  falhng  ones.  The 
following  quenching  temperature  was  a  rising  one,  from  the  annealed 
condition  last  described. 

Fourth  Quenching.— The  bars  were  heated  slowly  to  615°  and  quenched. 
The  hardness  was  now,  bar  1,  38;  bar  7, 30.3.  Notwithstanding  this  con* 
siderable  increase  of  hardness,  there  followed  no  appreciable  generation  or 
absorption  of  heat.    The  bare  remained  very  moderately  magnetic. 

The  results  of  the  foregoing  experiments  make  it  highly  probable 
that  no  spontaneous  generation  or  absorption  of  heat  can  be  brought 
about  by  quenching  this  manganese  steel  at  any  temperature,  risii^  or 
falling,  while  in  its  normal,  useful  non-magnetic  condition.  But  it 
was  thought  worth  while  to  make  further  experiments  with  the  steel 
in  its  magnetic  condition  and,  incidentally,  to  study  the  development 
of  this  magnetic  condition  during  the  prolonged  moderate  heating 
necessary  to  bring  it  about. 

The  apparatus  employed  in  the  following  study  consists,  in  part,  of  a 
vertical  cylindrical  electric  furnace  heated  by  small  spirals  of  "nichrome" 
wire  carrying  alternating  current  regulated  by  a  rheostat.  The  heating 
spirals  are  so  disposed  as  not  to  produce  any  magnetic  field  inside  or 
outside  the  furnace.  Instead  of  the  usual  sheet-iron  casing,  this  furnace 
is  cased  with  sheet  brass  slotted  longitudinally  to  prevent  induction 
currents  in  it  when  the  external  magnetizing  solenoid  is  excited.  The 
furnace  is  surrounded  by  a  solenoid  16  in.  inside,  and  20  in.  outside 
diameter,  and  4  in.  long  (high),  consisting  of  860  turns  of  No.  12  in- 
sulated copper  wire  wound  in  two  equal  coils  adapted  to  be  placed  in 
series  or  parallel  relation  by  means  of  a  suitable  switch.  The  axes  of  the 
furnace  and  solenoid  are  coincident.  The  solenoid  is  excited  by  current 
from  a  65-voit  storage  battery,  controlled  by  a  rhetratat,  and  the  circuit 
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is  closed  and  opened  by  a  switch  which  breaks  simultaiieously  at  three 
points  in  series,  so  as  to  avoid  the  destructive  arc  that  would  occur  at  a 
single  break.    An  ammeter  and  reversing  switch  are  included  in  the  line. 

A  single  turn  of  asbestos-insulated  platinum  wire  is  located  in  the 
furnace,  and  the  ends  of  this  loop  are  connected  by  a  twisted  cable  with 
a  ballistic  rairror-galvanometer  of  600  ohms'  resistance. 

When  the  solenoid  circuit  is  closed,  a  brief  electric  current  is  induced 
in  the  platinum  loop  in  the  furnace  and  causes  a  minimum  swing  of  the 
galvanometer  scale  easily  read  with  considerable  precision. 

When  a  bundle  of  ordinary  steel  or  iron  bars  is  placed  within  the 
platinum  loop  the  gahanometer  deflection  is,  of  course,  many  times 
greater,  and  is  fairly  proportional  to  their  magnetic  susceptibihty,  after 
deducting  the  minimum  deflection  due  to  the  platinum  loop  alone, 
and  when  the  excitation  of  the  solenoid  is  not  too  small  or  too  great.  In 
the  following  experiments  with  the  manganese  steel,  9  amp.  was  found 
to  be  a  suitable  exciting  current  with  the  solenoid  coils  in  series.  Small 
variations  of  exciting  current  were  reduced  to  this  value  in  computing 
results.  Residual  magnetism  was  measured  by  the  usual  method  of 
reversals,  and  allowed  for. 

In  the  following  experiments  galvanometer  deflection,  less  that 
amount  due  to  the  platinum  loop  alone,  are  taken  as  the  measure  of  mag- 
netic susceptibility,  and  the  susceptibility  of  the  Swedish  iron  is  used  as  a 
standard  and  assigned  a  value  of  100.  All  other  values  are  reduced  to 
and  expressed  in  terms  of  this  standard.  As  a  preparatory  measure,  the 
ten  bars  of  manganese  steel  were  brought  to  their  softest  and  toughest 
condition  by  quenching  at  1000°.  The  hardness  was,  bar  1,  26.7 ;  bar  7, 
25.8.    All  the  bars  were  quite  free  from  any  trace  of  magnetism. 

The  bars  were  placed  within  the  platinum  loop  in  the  electric  furnace 
and  heated  170  hr.  to  a  temperature  fluctuating  between  505°  and  525°. 
The  growth  of  magnetic  susceptibility  is  plotted  in  the  curve  shown  in 
Fig.  10.  There  is  no  doubt  that  the  curve  would  have  been  smoother  if 
the  temperature  had  remained  constant.  It  was  intended  to  use  about 
515°  temperature,  which  was  maintained  during  the  first  few  hours. 
Subsequent  fluctuations  were  due  to  variations  of  voltage  in  the  alterna- 
ting heating  current.  The  higher  temperatures  usually  occurred  in  the 
latter  part  of  the  night,  and  were  always  accompanied  by  more  than 
average  rise  of  susceptibility.  But  the  large  depression  in  the  central 
part  of  the  curve  is  thought  to  be  due  to  some  obscure  cause,  and  not  to 
temperature  variation.  The  entire  absence  of  growth  of  susceptibility 
during  the  last  50  hr.  or  more  prompted  the  behef  that  the  steel  had 
reached  a  stable  condition  at  the  temperature  of  treatment,  and  led  to 
the  discontinuance  of  this  experiment.  Permanent  magnetism,  which 
had  been  considerable  while  susceptibility  was  rising,  fell  off  very  much 
during  the  last  2  or  3  days. 
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Fifth  Quenching. — At  the  end  (A  170  hr.  the  bars  were  quenched, 
after  which  they  exhibited  moderate,  but  typical  and  unequivocal  gen- 
eration of  heat.  The  hardness  was,  bar  1, 48.1;  bar  7, 47.2.  This  great 
increase  of  hardness,  brought  about  by  the  long  heatii^,  doubtless  ac- 
counts for  the  spontaneous  generation  of  heat  observed. 

During  the  long  heating  the  bars  acquired  a  rather  thick  coating 
of  black  oxide,  which  pefited  ofif  almost  completely  in  quenching,  leaving 
a  clean  metal  surface.  The  oxide  was  strongly  m^netic;  but  its  weight 
was  so  small,  compared  with  the  total  weight  of  the  bars,  that  it  could  not 
have  affected,  materially,  the  foregoing  magnetic  observations. 

The  bars  were  heated  to  a  higher  temperature  than  before,  fluctuating 
between  590'*and598°,forthe£rst  90hr.,  or  from  170  to  260  hr.,  reckoned 
from  beginning  of  treatment.     The  results  are  plotted  in  the  first  curve 


s«a.i. 

ai^Li™;-'™ 

>^ 

-^ 

^ 

-< 

-- 

-^ 

" 

^ 

/ 

-ff 

f 

' 

-1 

/ 

u 





_ 

















^i 

Hdus  «r 

Fia.  10. — Growth  t 


r  MAGNETIC  SUSCBPTTBIUTT. 


of  Fig,  11.  It  is  seen  that  mt^netic  susceptibility  started  at  a  very 
considerably  higher  value  than  it  had  at  the  end  of  the  previous  treat- 
ment. The  reason  of  this  increase  during  the  (intervening  few  days, 
without  heating,  is  not  clear.  It  may  have  occurred  at  the  moment 
of  quenching;  or,  more  hkely,  during  the  period  of  spontaneous  heat 
generation  which  followed  the  quenching. 

The  curve  shows  &  very  regular,  but  steadily  diminishing,  growth 
of  susceptibility  at  this  higher  temperature,  until  it  reaches  nearly 
double  the  value  it  had  at  the  end  of  the  previous  treatment. 

When  the  temperature  was  next  quickly  lowered  to  its  former  value 
and  then  continued  to  the  end  of  the  experiment,  175  hr.  (340  hr.  total), 
there  was  at  first  a  sudden  rise  of  susceptibility,  followed  by  steady 
growth  as  before. 

Sixth  Qttencking. — At  the  end  of  344  hr.,  total,  of  treatment,  the 
bars  were  again  quenched;  this  was  followed  by  very  little,  if  any,  spon- 
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taneous  geDeration  of  beat.  The  bardness  was,  bar  1,  37.4;  bar  7,  36.2. 
This  sbowB  considerable  softening  since  the  last  quenching,  notwitfa- 
standing  the  large  increase  of  magnetic  susceptibility.  The  softening 
may  account  for  the  absence  of  heat  generation  after  the  quenching. 
The  magnetic  susceptibility  of  the  cold  quenched  bars  was  almost  the 
same  (slightly  lower)  as  before  quenching. 

The  ten  bars  were  again  heated,  slowly  this  time,  to  590°  and  held 
nearly  at  that  temperature  until  the  381  hr.  of  total  treatment,  as  shown 
in  Fig.  12.  Susceptibility  rose  slightly,  reaching  its  highest  value,  68.5. 
As  this  is  comparable  with  the  susceptibihty  of  ordinary  steel,  the  man- 
ganese had  apparently  almost  completely  lost  its  influence. 
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Hou»     of    Heating 
Fio,  II. 

At  this  stage  it  was  thought  that  decalescence  might  possibly  be 
brought  about  by  cautiously  raising  the  temperature.  The  effect 
of  doing  so  is  shown  in  the  great  and  nearly  vertical  drop  in  the  sus- 
ceptibility curve.  The  stations  in  this  part  of  the  curve  represent 
observations  at  3^^-hr,  intervals,  indicating  2  hr.  for  the  total  drop, 
with  the  temperature  steadily  rising  to  the  maximum  of  692°.  It  seemed 
clear  that  decalescence  was  not  taking  place,  because  loss  of  susceptibility 
was  far  too  slow  in  time  and  the  maximum  temperature  reached  wae  not 
sufficiently  high.    Probably  the  manganese  was  simply  resuming  its  sway. 

The  temperature  was  next  rapidly  lowered  to  605''-590'*,  bringing 
on  a  rapid  recovery  of  magnetic  susceptibility,  amounting  toJSO  punts  in 
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21  hr.  as  sbowD.  Again  the  temperature  wae  raised,  but  much  more 
rapidly  than  b^ore,  resulting  in  a  much  steeper  drop  in  the  curve,  the 
observation  stations  ehown  representing  only  five-minute  intervals. 

Seventh  Quenching. — At  the  end  of  the  curve  shown  in  Fig.  12  the 
Bteel  bars  were  quenched  at  687°.  Subsequently  there  was  no  trace 
of  generation  or  absorption  of  heat;  hence  it  is  virtually  certain  there 
had  been  no  dec^escence.    The  hardness  was,  bar  1,  42;  bar  7,  41.8. 

Sir  Robert  Hadfield  long  ago  assured  me  that  the  study  of  manganese 
steel  is  full  of  surprises  for  the  investigator.  I  have  experienced  some 
of  them,  and  hesitate  to  draw  conclusions  from  the  results  of  the  ex- 
periments last   described.    That  the   manganese  should   completely 
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obliterate  the  magnetic  quality  of  seven  times  its  weight  of  iron  is  most 
remarkable;  and  the  very  gradual  lifting  of  this  inhibition  at  moderate 
temperatures,  and  the  comparatively  sudden  reversion  when  a  certain 
critical  temperature  (about  600°)  is  exceeded,  aSord  an  inviting  field 
for  research.  It  seems  likely  that  the  carbon  present  plays  an  important 
role  in  this  peculiar  alloy,  or  probably  mixture  of  alloys  of  composition 
varying  with  temperature. 

All  interested  in  this  subject  should  read  the  extended  researches 
of  Sir  R.  A.  Hadfield  and  Prof.  B.  Hopkinson  on  the  magnetic  and 
mechanical  properties  of  manganese  steel.' 


<  JfO.  Iron  ud  Steel  Iiut.  (1914)  60,  470. 
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Pyrometry  in  the  Tool-manufacturing  Industry 


(Chiomgo  Mntinc,  Ssptembtr.  ISIB] 

The  processes  of  hardening  and  tempering  steel  toots  within  the  past 
15  or  20  years  have  been  so  developed  that  the  forward  strides  of  the 
industry  can  scarcely  be  followed  by  the  average  observer.  No  small 
part  of  the  credit  for  this  phenomenal  advancement  is  due  to  the  improved 
methods  of  measuring  the  high  temperatures  necessary.  Pyrometry 
has  made  possible  the  discovery  and  use  of  the  many  special  alloy  steels, 
the  wonderful  properties  of  which  are  revolutionizing  the  industrial 
world.  So  sensitive  are  these  steels  to  changes  of  temperature  that 
often  a  variation  of  only  10°  F.  at  a  critical  point  of  the  heat  treatment  will 
cause  the  failure  of  the  tool.  In  the  tool-manufacturing  industry  today, 
accurate  control  of  the  many  heating  operations  is  imperative. 

The  principal  processes  in  the  manufacture  of  tools  that  require 
accurate  high-temperature  measurements  are  annealing,  carburizing, 
hardening,  tempering,  and  laboratory  research.  Several  other  operations, 
such  as  forging  and  straightening,  use  rougher  and  correspondingly  less 
accurate  methods.  These  operations  are  usually  performed  in  the 
following  approximate  ranges  of  temperature: 

Diaucs  F,  DiouiB  F. 

Annealing 1000  to  1700  Tempering 200  to  1200 

Carburizing 1400  to  1900  Foi^ng 1400  to  1800 

Hardening 1400  to  2500  Straightening 300  to  1300 

Laboratory  research  covers  the  entire  range. 

Annealing  and  carburizing  are  usually  done  in  mufSe  or  semi-muffle 
furnaces,  heated  with  coal,  coke,  oil,  gas,  or  electricity.  Many  of  them  are 
of  large  size,  holding  several  tons  of  steel  at  one  charge.  Both  indicating 
and  recording  pyrometers  are  used.  The  recording  instruments  are 
generally  of  the  thermoelectric  type,  while  for  the  indicating,  both  optica) 
and  thermoelectric  arc  used. 

Hardening  furnaces  are  of  many  types  and  sizes  and  use  all  the  com- 
mon sources  of  heat.  The  best  known  are  muflles  and  semi-muffles 
fired  with  oil  or  gas,  electric  muffles,  lead  and  salt  baths  heated  by  oil 
or  gas,   and  electrically  heated  salt  baths.     The  pyrometers  used  are 
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lately  indicating,  although  in  a  few  cases  recording  instruments  have  been 
installed.  For  the  indicating  instruments,  both  thermocouples  and  optical 
pyrometers  are  used.  For  the  high  rai^e  of  temperatures  used  in  harden- 
ing high-speed  steel,  the  optical  pjn-ometers  are  much  to  be  preferred. 

Tempering  furnaces  are  usually  muffles,  oil  baths,  or  salt  baths  and  are 
heated  by  gas,  oil,  or  electricity.  Temperatures  up  to  600°  F,  (316°  C.) 
are  preferably  measured  by  a  mercury  thermometer.  From  600°  to 
1200°  F.  (316°  to  648°  C),  a  thermocouple  or  resistance  thermometer  is 
used. 

In  heating  steel  for  forging,  gas  or  oil  fired  furnaces  are  used,  the  tem- 
peratures being  determined  by  the  eye,  with  occasional  checking  up  by 
means  of  optical  pyrometers. 

For  straightening,  open  gas  flames  are  used  and  the  temperatures 
roughly  determined  by  visual  examination  of  the  temper  colors  and  the 
first  appearance  of  redness. 

In  the  laboratory,  it  is  necessary  to  have  accurate  instruments  and 
standards  for  checking  up  all  of  the  types  of  pyrometers  in  use  in  the 
factory  at  frequent  intervals.  Rare-metal  thermocouples  and  the  new 
Leeds  &  Northrup  portable  optical  pyrometers  are  particularly  useful  for 
this  purpose.  The  laboratory  also  requires  pyrometers,  which  may  be 
used  for  experimental  or  research  work  over  the  entire  range  of  tempera- 
tures. Thermoelectric  pyrometers  of  both  rare  and  bEtse-metat  types  and 
several  types  of  optical  instnmients  are  used. 

The  Morse  thermogage  has  been  found  particularly  adaptable  for 
tool-manufacturing  piu*p08es  requiring  an  indicating  instrument  only. 
It  consists  of  an  electric  lamp  with  a  hairpin  filament  so  placed  in  a 
telescope  or  tube  that  the  br^htness  of  the  filament  may  be  compared 
with  the  brightness  of  the  heated  object,  the  temperature  of  which  is  to 
be  measured.  As  the  incandescence  of  a  heated  object  increases  quite 
rapidly  with  any  increase  of  temperatiu^  above  1200°  F.  (648°  C.)  this 
forms  a  very  sensitive  indication  of  the  temperature.  The  current  for 
the  lamp  must  be  of  very  constant  voltage  and  is  usually  furnished  by 
storage  batteries.  The  temperature  of  the  filament  in  the  lamp  is  con- 
trolled by  means  of  a  rheostat  and  the  current  flowing  through  the  lamp  is 
read  upon  an  ammeter  graduated  to  10  milliamperes.  As  with  the  voltage 
constant  the  temperature  of  the  filament  is  in  proportion  to  the  current 
flowii^  through  it,  the  ammeter  may  be  calibrated  in  terms  of  degrees  of 
temperature. 

The  low  limit  of  temperature  for  which  this  instrument  may  be  used  is 
at  the  point  where  a  faint  red  incandescence  begins,  or  at  about  1100° 
to  1200°  F.  (593°  to  648°  C.) .  The  high  range  of  the  instrument  is  almost 
unlimited  as  far  as  practical  operation  is  concerned.  For  high  tempera- 
tures where  the  brightness  of  the  heated  body  causes  discomfort  to  the 
eye,  a  calibrated  absorption  screen  is  inserted  between  the  filament  and 
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the  heated  object  to  reduce  the  amouDt  of  li^t  entering  the  ^e.  For 
cases  when  the  color  of  the  light  emitted  by  the  filament  is  difTerent  from 
the  color  of  the  light  from  the  heated  body,  a  monochromatic  soreen, 
usually  red,  may  be  inserted  between  the  filament  and  the  eye  to' assist 
in  the  comparison  of  the  brightness  of  the  two  incandescent  objects. 
For  factory  use  at  temperatures  below  2000*  F.  (1093°  C.)>  when  it  is 
possible  to  maintain  black-body  conditions,  it  has  been  found  most 
satisfactory  to  use  a  lamp  with  a  large  carbon  filament  and  a  telescope 
tube  without  lenses  or  absorption  screens.  In  cases  where  the  furnace 
conditions  make  it  possible,  the  telescope  tube  is  permanently  mounted 
as  close  to  the  heated  body  as  possible  and  in  position  for  the  most  con- 
venient observation  by  the  operator.  The  rheostat  and  ammeter  are 
placed  in  a  position  removed  somewhat  from  the  heat  of  the  furnace,  yet 
readily  accessible  to  the  operator.  This  form  of  permanent  installation  is 
particularly  useful  for  lead  and  salt  baths. 

There  are  many  cases,  particularly  in  the  hardening  operation, 
when  it  is  desired  to  hold  a  furnace,  such  as  a  lead  or  salt  bath,  at  a 
constant  temperature  while  a  large  nimiber  of  tools  are  given  a  uniform 
treatment.  For  this  work,  the  Morse  thermog^e  has  been  found  par- 
ticularly suitable.  For  this  purpose  the  ammeter  is  set  at  the  required 
temperature  after  which  the  operator  has  only  to  look  through  his 
telescope  tube  occasionally  to  observe  the  condition  of  the  heat  in  his 
furnace.  It  is  instantly  apparent  whether  his  temperature  is  high,  low, 
or  correct.  The  fact  that  the  readii^  of  the  temperature  is  almost 
instantaneous  is  one  of  the  great  advantages  of  this  instrument  over  the 
thermocouple.  The  only  lag  present  is  the  time  required  for  the  lamp 
filament  to  respond  to  different  current  changes,  which  is  from  1  to  2 
sec.  at  the  most.  In  hardening  delicate  tools,  the  operations  must  be 
carried  out  with  such  exactness  and  rapidity  that  the  lag  in  the  operation 
of  a  thermocouple  becomes  a  serious  handicap.  Where  a  number  of 
furnaces  are  used,  all  requiring  only  the  occasional  use  of  a  pyrometer, 
the  wires  from  the  current  supply  may  be  carried  to  each  furnace  and  a 
single  instrument  arranged  to  plug  in  whenever  and  wherever  required. 

With  experienced  observers  and  ideal  conditions,  it  has  been  found 
possible  to  obtain  an  accuracy  of  5°  F.,  plus  or  minus,  for  the  range  of 
temperatures  from  1200°  to  1700°  F.  and  an  accuracy  of  10°  F.,  plus  or 
minus,  within  the  range  1700°  to  2500°  F.  Under  commercial  con- 
ditions and  with  average  observers,  an  accuracy  of  10°  F.,  plus  or  minus, 
can  be  obtained  for  the  lower  range  of  temperatures  and  15°  F.,  plus  or 
minus,  for  the  upper  range  above  mentioned. 

The  calibration  of  the  lamps  is  tested  at  regular  intervals  by  com- 
parison with  a  test  liunp  that  has  been  caUbrated  by  the  Bureau  of 
Standards.  A  Leeds  &  Northrup  portable  optical  pyrometer  and  a  Le 
Chatelier  rare-metal  thermocouple  are  also  used  for  comparison.    The 
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majority  of  the  lamps  are  found  to  hold  their  calibration  very  well 
while  a  few  have  been  in  daily  service  for  from  5  to  10  years  without  any 
appreciable  change  in  calibration. 

The  upkeep  of  the  Morse  thermogage  is  very  small,  consisting  mostly 
of  the  necessary  attention  to  the  storage  batteries  and  occasional  replac- 
ing of  lamps  burned  out  or  accidentally  broken.  The  ammeter  and 
rheostat  rarely  need  attention. 

A  short  period  of  training  is  necessary  to  accustom  a  new  operator  to 
the  use  of  the  instrument,  but  this  is  seldom  longer  than  a  few  days.  A 
few  men  have  been  found  that  through  some  defect  of  eyesight  seem 
unable  to  use  it  accurately;  these  are  very  rare.  A  man  of  averE^e 
intelligence  will  learn  the  principles  of  the  operation  with  a  very  few 
explanations  and  many  become  expert  in  its  use  in  1  day's  time. 

The  limitations  of  the  Morse  thermogage  may  be  summarized  as 
follows:  It  is  inoperative  below  1200°  F.  It  is  suitable  for  an  indicating 
pyrometer  only.  It  is  portable  only  to  the  extent  to  which  connections 
may  be  carried  from  a  storage  battery.  It  is  necessary  to  provide  black- 
body  conditions  for  accurate  work.  A  certain  amount  of  training  is 
necessary  for  the  most  accurate  use.  It  will  read  the  temperature  of 
the  surface  of  an  object  only  and  cannot  be  used  except  for  such  localities 
aa  can  be  made  visible  to  the  eye. 

The  advantages  of  the  thermog^e  are:  Its  accuracy,  which  is 
approached  by  few  other  instruments  under  commercial  conditions. 
The  rapidity  with  which  readings  may  be  taken,  the  time  required  being 
a  few  seconds  only;  for  instance,  the  temperature  of  forglngs  can  be 
taken  while  they  are  being  worked  under  the  hammer.  The  absence 
of  lag,  the  temperature  indicated  being  the  temperature  existing  at  that 
instant  and  not  the  temperature  present  several  minutes  previously, 
as  with  the  average  thermoelectric  pyrometer.  No  parts  of  the  pyrome- 
ter are  exposed  to  the  heat  ot  the  furnace  or  heated  object,  the  tem- 
perature of  which  is  being  measured.  The  high  range  of  temperatures 
for  which  it  is  available,  there  being  no  high  limit  to  its  use  in  commercial 
practice.  The  simplicity  and  ease  of  operation;  there  are  few  parts 
to  get  out  of  order  and  these  being  easily  protected,  the  lamp  may  be 
safely  used  by  unskilled  labor.  The  general  rehability  of  the  instrument; 
the  occurrence  of  difficulties  and  troubles  is  infrequent.  The  low  expense 
of  upkeep,  repairs  and  replacements  being  necessary  only  at  rare  intervals. 

With  regard  to  the  entire  pyrometer  situation  in  tool  manufacturing, 
it  may  be  said  that  the  price  of  success  is  eternal  vigilance.  Small 
defects  and  changes  of  calibration  must  be  discovered  immediately 
and  corrected  before  they  result  in  large  errors  or  serious  loss  may 
result.  A  regular  system  of  inspection  and  testing  will  be  found  the 
best  safeguard  against  unsatisfactory  service  from  all  types  and  makes 
of  pyrometers. 
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Forgbig  Ten^enttares  and  Rate  of  Heating  and  Cooling  of  Large  bigots 

BT   r.    K.   BASH,*   CB.X.,    FHIIiADKLFHIA,    PA. 

(ChkxD  HMtlnc,  BeptwBbt,  IBIB) 

In  recent  years,  there  have  been  a  number  of  experiments  conducted 
to  detenuine  the  rates  of  heatii^;  and  cooling  of  various  sizes  and  shapes 
of  steel  ii^ota.  Up  to  date,  however,  most  of  the  published  data  have 
dealt  with  small  sized  ii^ote,  the  largest  being  an  18-in.  (46  cm.)  cube, 
the  data  on  which  were  presented  before  the  Iron  and  Steel  Institute 
in  May,  1918,  by  E.  F.  Law,  It  is  due  to  this  lack  of  infonnation  on  the 
rate  at  which  large  ingots  absorb  heat  and  come  to  temperature  that 
the  heating  practice  varies  so  widely  in  different  plants.  One  of  the 
questions  over  which  there  is  much  debate  is  the  proper  rate  of  heating 
of  lai^e  ingots  for  forging  and  the  time  actually  required  for  the  center 
of  a  mass  of  steel  to  ccone  to  forging  temperature. 

As  a  continuatioQ  of  experiments  described  by  M.  E.  Leeds'  and  at 
the  request  of  Mr.  G.  R.  Norton  of  the  Stzer  Forge  Co.  and  Mr.  R.  C. 
Drinker  of  the  Emergency  Fleet  Corpn.,  the  test  described  in  this  paper 
was  carried  out  on  a  24-in.  (61  cm.)  round  ingot  and  the  rate  of  heating 
and  cooUug  determined  under  regular  production  conditions.  The 
ingot  bad  been  partly  forged  at  one  end  but,  on  developing  a  flaw, 
bad  been  scrapped  so  that  it  was  available  for  test.  The  size  and  shape 
of  the  ingot  and  its  position  in  the  furnace  are  shown  in  Fig.  1. 

BzpDRiUEiirrix  Inqot 

This  ingot  was  prepared  as  follows:  The  end  of  the  24-in.  section 
that  was  the  top  end  when  it  was  cast  was  sawed  off  in  order  to  remove 
the  part  in  which  there  was  segregation,  as  it  was  not  possible  to  drill 
this  end  because  of  its  hardness.  Seven  holes  |^  in.  (1.9  cm.)  in  diame- 
ter and  18  in.  (46  cm.)  deep  were  then  drilled  in  the  end  of  the  ingot, 
as  shown  in  the  drawing,  one  hole  j^  in.  (1.27  cm.)  from  the  top  surface, 
one  ^  in.  from  the  bottom,  one  in  the  center,  and  two  evenly  spaced 
between  the  center  and  the  top  and  the  center  and  the  bottom.  The 
boles  were  drilled  18  in.  deep  in  order  to  have  them  farther  from  the 
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end  than  the  radial  distance  from  the  center  in  order  to  lessen  the  effect 
due  to  the  heat  penetrating  from  the  end. 

To  take  temperatures  aloi^  the  length  of  the  surface  of  the  ingot, 
a  2-iD.  (5  cm.)  iron  conduit  pipe  was  half  flattened  under  a  preae, 
and  the  end  pinched  shut  and  welded  tight.  The  pipe  was  then  spot 
welded  to  the  ingot  directly  above  the  line  of  holes  in  the  end,  as  shown, 
thus  making  it  possible  to  push  thermooouples  of  different  lengths  down 
the  pipe  so  as  to  take  temperatures  as  near  as  possible  to  the  surface  of  the 
ingot.    As  a  check  on  the  gas  temperatures  near  the  ingot,  two  nichrome 


targets  2  by  2  by  3^2  i°-  were  welded  to  H-ii>-  'r<>ii  ''(x^  ^  i^-  loi%  ^i^d 
spotted  to  the  ingot  in  the  positions  shown. 

Furnace 

The  furnace  was  of  the  twcnJoor  type  and  had  a  vertical  slot  4  in. 
(10  cm.)  wide  and  30  in.  (76  cm.)  long  in  the  back  directly  opposite 
the  experimental  ingot,  throu^  which  slot  the  thermocouples  could  be 
pushed  into  the  ingot.  On  both  sides  of  the  slot  and  21  in.  (63  cm.) 
from  its  center  were  mudded  in  two  usalite  porcelain  protecting  tubes 
for  platinum  platinum-rhodium  thermocouples,  which  were  to  record 
gas  temperatures.  One-inch  steel  rods,  with  nichrome  target  2  in. 
square  and  ^2  iii>  thick  welded  on  the  end,  were  suspended  from  the 
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roof  of  the  furnace,  one  directly  over  the  experimental  ingot  and  2  ft. 
above  it,  one  over  the  production  ingot,  and  one  opposite  the  center  of  the 
flue.  Peep  holes  were  arranged  in  the  walls  opposite  these  tai^ta  so 
that  optical  pyrometer  readings  could  be  made  at  intervals  as  a  check  on 
gas  temperatures. 

In  order  to  calculate  the  heat  losses  from  the  furnace,  mercury  ther- 
mometers were  suspended  around  the  outside  of  the  walls  at  intervals 
and  the  bulbs  packed  against  the  brick  with  asbestos  wool.  To  take 
the  temperature  of  the  outside  of  the  roof,  a  thermocouple  of  No.  16 
B.  &  S.  gage  iron  and  const&ntan  was  prepared  and  the  hot  junction 
buried  in  the  layer  of  dust  on  the  top  of  the  furnace. 

Thebmocoitples  and  Apparatus 

To  take  the  ingot  temperatures,  thermocouples  were  prepared  as 
follows:  A  length  of  No  14  B.  dt  S.  gage  chromel  wire  was  welded  to  an 
iron  plug  ^i  in.  (9.5  mm.)  in  diameter  and  approximately  1  in.  (2,5  cm.) 
long.  The  wire  was  then  threaded  through  porcelain  insulators  and 
drawn  through  a  length  of  5^  in.  (1.5  cm.)  seamless  steel  tubii^,  %  in, 
inside  diameter,  until  the  plug  was  flush  with  the  end  of  the  tube.  The 
steel  tube  and  plug  were  then  welded  over  smooth.  The  leads  from 
the  cold  ends  of  the  thermocouples  to  the  Leeds  &  Nortbrup  poten- 
tiometer recorder  were  <^  No.  16  constantan  and  chromel,  bringLng 
the  cold  junction  to  the  recorder.  A  calibration  curve  of  millivolts  vs. 
temperature  was  made  for  the  chromel-steel  couples  with  the  aid  of  a 
Bureau  of  Standards  checked  platinum  platinum-rhodium  thermocouple. 
Each  couple  was  checked  against  this  curve  before  the  test.  The  curve, 
which  is  an  unusual  one,  is  shown  in  Fig.  2. 

The  eleven  chromel  steel  couple  temperatures  were  recorded  by  one 
eight-point  recorder  and  three  sii^le-point  curve-drawing  recorders  with 
a  range  of  0-16  millivolts.  The  gas  temperatures  were  recorded  by 
two  curve-drawing  recorders  for  platinum  thermocouples.  The  roof 
temperatures  were  taken  with  a  potentiometer  indicator  and  readings 
on  targets  and  inner  wall  and  ingot  surface  temperatures  were  taken  with 
a  Leeds  A  Northrup  optical  pyrometer,  which  is  the  disappearing  fila- 
ment type. 

Test 

It  is  the  practice  of  the  Sizer  Forge  Co.  to  run  the  forging  furnaces, 
which  are  fired  with  powdered  coal,  all  week  and  to  shut  down  over 
Sunday.  On  Sunday  night,  the  furnaces  are  lighted  and  are  ready  to 
chai^  on  Monday  morning.  The  test  was  ready  to  run  by  Monday 
morning  so  the  furnace  was  lighted  Sunday  n^ht.  The  pulverized  coal 
is  fed  into  the  furnace  by  a  screw  .operated  by  an  electric  motor,  the 
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Speed  of  which  may  be  varied  by  means  of  a  field  rheostat.  To  increase 
the  air,  a.  gate  could  be  raised  in  the  air  pipe.  This  gate  was  roughly 
cahbrated  so  that  the  heater  knew  approximately  where  to  set  his  gate 
opening  for  a  certain  coal  feed. 

The  experimental  ingot  was  chained  at  10:30  a.  h.  and  the  door  was 
open  }^  hr.  during  the  chaiging.  The  couples  were  inserted  in  the  ingot 
and  a  l>in.  (2.5  cm.)  conduit  pipe  18  in.  (46  cm.)  long  was  sUpped  over 


stoo 

^ 

c 

HR( 

L- 

RO 

/ 

(UnV 

/ 

aw 

/ 

IMO 

teoo 

- 

- 

- 

- 

/ 

' 

II.: 

/ 

/ 

"^im 

/ 

/ 

auoo 

urn 

~ 

- 

/ 

(UJ 

/ 

/ 

fm 

/ 

mo 

^ 

«MI 

/ 

too 

^ 

' 

" 

- 

" 

D 

a 

s 

s 

FlO,  2. — CHB011EI/-IB0N  THEBMOCOUPLE  CALIBBATION. 


each  couple  up  to  the  end  of  the  ingot.  The  space  between  the  couples 
was  filled  with  bricks  and  clay  to  separate  them.  The  l-in.  sleeves  used 
to  protect  the  couples  from  the  corrosion  of  the  furnace  gases  furnished 
an  opening  through  which  the  couples  could  be  withdrawn  at  the  close  of 
the  test.  The  production  ingot  was  charged  3  ft.  (0.9  m.)  at  11  a.  u.,  but 
as  they  were  not  able  to  procure  a  weight  to  balance  it,  it  was  not  com- 
pletely charged  until  12.45.    In  the  time  intervening,  the  door  was  closed 
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down  to  the  ingot  but  the  open  spaces  at  the  sides  of  the  ingot  were  sot 
bricked  up.  The  furnace  was  started  at  a  coal  feed  of  39  r.p.m.  and  a 
gate  opening  of  2}4,  in.  (5.6  cm.).  Afterward,  these  were  increased  to 
M  r.p.m.  and  2%  in.  and  later  to  69  r.p.m.  and  3j-^  in.;  this  nuLxiniiim 
feed  was  later  reduced. 

The  coal  leaves  a  fine  ash  that  settles  all  over  the  interior  of  the  furnace 
and,  where  it  comes  in  contact  with  iron  oxide,  slags  with  it.  The  ash  settles 
on  an  ingot  and  may  appear  a  good  deal  brighter  than  the  ingot  itself  and 
may  actually  be  hotter.  This  is  shown  by  a  reading  of  2202°  F.  (1207°  C.) 
on  the  end  of  the  production  ingot  with  the  ash  on  and  2061°  F.  (1128°  C.) 
on  the  surface  after  the  ash  was  scraped  off.  This  fact  may  cause  a 
heater  to  overestimate  the  temperature.  When  the  ingot  was  charged 
this  fine  ash  had  settled  all  over  the  iron  rods  suspended  from  the  roof 
and  made  them  appear  H  ii-  larger  in  diameter  than  they  really  were; 
also  the  two  nichrome  tai^ets  suspended  over  the  ingots  had  burned  oB 
while  the  target  at  the  entrance  to  the  Sue  was  partly  burned.  Readings 
with  the  optical  pyrometer  made  on  the  suspension  rods  on  the  side 
in  the  shadow  from  the  flame,  with  the  ash  clinging  to  them  and  with  the 
ash  scraped  off,  agreed  to  5°  F.  (2.7°  C).  Readings  on  the  aide  toward 
the  Same  were  con^derably  higher  due  to  reflections. 

The  flame  was  a  pulsating  one  and  reached  beyond  the  experimental 
ingot  so  that,  on  making  a  reading  with  the  optical  pyrometer,  the  fila- 
ment appeared  alternately  light  and  dark.  The  readings  taken,  which 
appear  in  the  log,  show  the  effect  of  the  flame  on  the  temperature  read, 
this  flame  effect  amounted  to  from  12°  to  22°  F.  (6.6°  to  12.2°  C). 
A  balance  was  made  with  the  optical  pyrometer  on  one  of  the  rods  through 
the  fine  ash  haze  in  the  furnace  and  then  the  coal  and  air  were  cut  off  and 
another  reading  made  directly  afterward;  this  agreed  exactly  with  the  first 
reading.  For  that  reason  we  can  say  that  there  is  no  noticeable  error  due 
to  the  ash  when  making  a  reading  through  it  with  the  optical  pyrometer. 
The  log  of  the  test  and  data  taken  in  addition  to  the  ingot  temperatures 
are  given  in  the  following  tables. 

According  to  the  curve  shown  in  Fig.  1,  after  7  br.  heating  the  ingot 
had  reached  a  temperature  of  2370°  F.  (1299°  C.)  at  the  surface  and 
2287°  F.  (1253°  C.)  at  the  center;  this  was  considered  a  good  forging  tem- 
perature. The  cooling  curve  shows  that  if  forging  were  started  15  min. 
after  the  ingot  was  pulled  from  the  furnace  the  outside  temperature 
would  be  2125°  F.  (1163°  C.)  and  the  center  would  be  2280°  F.  (1249°  C). 
the  temperature  5  in.  (12.7  cm.)  from  the  surface  would  be  2260°  F. 
(1238°  C).  As  the  outside  temperature  drops  bo  rapidly  and  the  cen- 
ter so  slowly,  there  can  be  a  temperature  difference  of  150°  F.  (83°  C.) 
between  the  two  in  the  furnace  and  by  the  time  it  is  ready  to  forge  or 
shortly  after  starting,  the  center  will  be  the  hottest  part  of  the  ingot. 
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2:01 
2:02 
3:0S 


2070  0.  P.*  Reading  in  porcekun  tube,  gas  temperature. 

Charged  experimental  ingot. 

Charged  production  ingot  (3  ft),  not  bricked  up. 
1S4S  0.  P.  on  N>,  dark. 

1857  O.  P.  on  N>,  bright;  flame  effect,  12*  F. 

1881  O.  P.  on  M,  (rod),  dark. 

1903  O.  P.  on  M,  Crod),  bright;  flame  effect,  22"  F. 

'  Changed  eoal  feed  to  M  r.pjn. 
I  Changed  gate  opening  to  2K  in- 
2014  0.  P.  on  N>,  tight. 

2020  O.  P.  on  Ni,  daric. 

2005  O.  P.  on  M,  dark. 

Pushed  production  ingot  clear  in,  and  bridced  up. 
Changed  coal  to  60  r.p.m. 
Changed  air  to  3K  in. 
Coal  and  air  off  for  2  min. 
2191  O.  P.  on  N  juBt  before  power  oS. 

Power  off. 
Power  on. 
2080  O.  P.  on  N  just  after  power  oo. 
Power  off. 
Power  on. 
2202  O.  P.  on  loose  ash  on  end  of  production  ingot. 

2061  O.  P.  on  end  production  ingot,  clean. 

'  Coal  to  66  T.p.ni.,  air  to  2H  in. 
Coal  to  47  r.p.m.,  air  to  2^  in. 
i  Wat«r  flowing  through  door  lOH  lb.  in20sec.,heated 
from  25'  to  66°  C. 
Jogot  taken  out. 

'  Optical  pyrometer. 


Table  2. — OptiaU  Pyrometer  Readings,  in  Degrees  F. 
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Table  3. — OtUtide  Brick  Temperatures,  in  De^eea  F. 


H^T'rSl.^u. 

V 

EndW»U 

BMkWall 

BukWkU 

■"^Z" 

-T- 

&p. 

^w 

2.60 

211 

222 

102 

177 

3.00 

360 

3.17 

378 

3.60 

234 

238 

204 

190 

4.17 

see 

390 

4.60 

244 

246 

213 

196 

6.34 

360 

6.60 

267 

256 

220 

206 

6.84 

373 

6.76 

270 

266 

220 

212 

Table  4. — Oviaide  Ingol  Temperatwet,  in  Denreea 

F. 

Tima, 

fromDoM 

aw. 
"•"v-^ 

3:83 
5:50 
6:26 

24B 
338 

167 

191 

123 
142 

227 

143 

117 

CoalBbcobd 

10:30-12:30:  39  r.p.m.  -  9.7  lb.  per  min.,  120  min.  at  9.7  lb.  per  min.. . .  -  1164 

12:30-1:05:  54  r.pjn.  -  14.4  lb.  per  min.,  36  min.  at  14.4  lb.  permin -    604 

1:05-4:03:  09  r.p.m.  -  21.53  lb.  per  aia.,  178  min.  (ihutdowiu  at  1:68- 

2:11  and  3:06-3:03,  15  min.),  163  min.  at  21.63  lb.  per  min -  3600. 3fl 

4:03-4:22;  56  r.p.m.  -  15.1  lb.  per  min.,  IB  min.  at  16.1  lb.  per  min.. .. .  -    286.9 
4:22-6:06:  47  r.p.m.  -12.1  lb.  per  min.,  103  min.  at  12.1  lb.  per  min -  1246.3 

TVital  Mul 6710.59 

The  heating  curves  of  the  Ingot  from  the  room  temperature  to,  sp- 
proximatety,  950°  F.-  (510°  C.)  are  estimated  and  dotted  in.  In  the  case 
of  coui^es  No.  1  and  7  it  is  possible  that  the  temperature  came  up 
more  rapidly  than  shown.  The  time  after  charging  the  ingot  to  the 
beginning  of  the  record  was  taken  up  in  inserting  the  couples  and  brick- 
ing up  the  slot  through  which  they  w«*e  inserted. 

The  platinum  platinum-rhodium  thermocouples  with  the  usalite  pro- 
tecting tubes  r^stered  gas  temperatures  very  accurately  and  did  not 
seem  to  be  affected  by  the  proximity  of  the  ingot.  This  is  shown  by 
the  readings  with  the  optical  pyrometer  on  the  suspended  targets.    The 
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heating  curves  show  that  optical  readings  on  the  target  above  the  experi- 
mental ingot  show  gas  temperatures  about  20°  F.  higher  than  that  re- 
corded by  the  thermocouple  at  the  side  of  the  ingot  next  to  the  Same, 
and  that  readings  on  the  target  spotted  to  the  ingot  are  about  20°  F. 
lower  than  the  thermocouple.  This  is  good  proof  that  the  thermocouple 
indicates  the  gas  temperature  as  it  is  the  mean  of  the  two.  Optical 
pyrometer  readings  on  the  tai^et  suspended  over  the  26-in.  production 
ingot  check  very  closely  with  the  temperatures  recorded  by  the  platinum 
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thermocouple  at  the  side  of  the  experimental  ingot  away  from  the  flame, 
which  is  reasonable  to  believe.  Optical  readings  made  on  the  top  of 
the  experimental  ingot  near  the  end  of  couple  No.  9  check  very  closely  to 
the  temperature  recorded  by  the  couple;  this  indicates  that  the  optical 
pyrometer  reads  the  true  surface  temperature  of  the  ingot. 

Two  optical  readings  made  on  the  front  wall  after  the  rod  suspended 
from  the  roof  had  burned  out  do  not  show  any  relation  to  the  ingot  tem- 
perature, but  readings  made  on  the  back  wall  between  the  two  ingots 
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and  near  couple  No.  13  check  the  couple  readings  fairly  closely,  tbe 
greatest  difference  being  20°  F.  Readings  on  the  back  wall,  on  the  flame 
side  of  the  expeiimental  ingot,  agree  with  the  gas  temperature  as  shown 
by  thermocouple  No.  l2  to  40°  F,  It  would  seem  from  this  that  a 
reading  with  the  optical  pyrometer  on  the  back  wall  at  the  height  of  the 
ingot  from  the  floor  will  give  the  gas  temperature  at  that  point  to  within 
30°  to  40°  F. 

With  the  exception  of  the  time  at  which  the  ingot  was  going  through 
the  critical  period,  the  temperatures  along  the  surface  of  the  ingot 
always  fell  between  the  temperatures  of  tbe  gases  on  both  sides.  Tbe 
point  nearest  the  door,  naturally,  was  the  coolest,  tbe  points  about  the 
middle  of  tbe  furnace  were  the  hottest,  and  the  point  nearest  the  back 
wall  was  somewhat  cooler  than  the  center  of  the  furnace.  The  drop  in 
the  temperature  of  the  gases  from  one  side  of  the  ingot  to  the  other 
averages  about  125°  F.;  this  represents  the  heat  lost  by  the  gas  and  ab- 
sorbed by  the  ingot.  Tbe  temperature  drop  of  the  gas  from  the  combus- 
tion chamber  to  the  flue  averaged  from  230°  to  266°  F.;  the  heat  in  the 
flue  gases  was  used  to  evaporate  water  in  waste  heat  boilers  and  so  was 
conserved.  The  temperature  gradient  along  the  ingot  from  the  portion 
just  outside  the  door  to  the  inside  is  very  great,  as  is  shown  in  Table  4. 
The  stresses  set  up  at  this  section  must  be  very  large  and  injurious. 

The  coal  used  amounted  to  6710  lb.  (3043  kg.).  This  was  calculated 
from  the  revolutions  of  the  screw  feed  which  had  previously  been  cali- 
brated. Taking  the  weight  of  the  experimental  ingot  heated  as  13,083 
lb.  (5934  kg.)  and  the  production  ingot  as  18,050  lb.  (8187  kg.),  which  we 
will  estimate  was  0.8  heated,  the  total  weight  of  steel  this  amount  of  coal 
will  heat  when  fired  in  this  manner  would  be  27,533  lb.  (1262  kg.),  or  the 
rate  of  using  coal  will  be  0.244  lb.  (0.110  kg.)  of  coal  per  pound  of  steel. 
The  rate  was  really  less  than  this  as  the  ingot  was  hot  in  6M  br.  and  the 
coal  is  calculated  to  7}-^  hr.  To  heat  a  24-in.  (61-cm,)  ingot  in  7  hr.,  in 
this  type  and  size  of  furnace  with  this  kind  of  fuel,  means  that  the  coal 
should  be  fired  at  the  rate  of  16  lb.  (7.25  kg.)  per  min.  To  bring  it  to 
temperature  in  a  longer  time,  the  coal  must  be  fed  more  slowly  and  more 
coal  will  be  needed;  how  much  more  will  depend  on  the  radiation  losses. 
The  heating  value  of  the  coal  used  was  13,000  B.t.u.  per  lb.  so  that  the 
heat  developed  was  87,230,000  B.t.u.  The  heat  absorbed  by  the  steel 
was  approximately  7,270,000  B.t.u.,  the  percentage  of  the  total  heat 
absorbed  by  the  steel  being  8.32  per  cent. 

'^en  the  ingot  was  pulled  from  the  furnace  and  laid  on  the  ground, 
four  couples  were  replaced  in  the  ingot  and  the  coohng  curve  taken.  The 
center  of  the  ingot  showed  the  passage  through  the  critical  point  more 
markedly  than  any  other  point,  as  was  also  the  case  in  heating,  Tbe 
recalescence  and  decalescence  points  were  at  practically  the  same  tem- 
perature.   After  the  ingot  had  cooled  to  750°  F.  (399°  C.)  all  the  points 
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in  it  from  ^  in.  (1.27  cm.)  under  the  surface  to  the  center  cooled  together 
and  were  all  at  the  same  temperature  &a  they  cooled. 

FoRQiwa  Tbmpbbatubeb 
In  Table  5  are  given  the  temperatures  read  on  three  four-door  furnaces 
at  the  Sizer  Forge  Co.,  with  the  Leeds  &  Northrup  optical  pyrometer. 
The  furnaces  were  lettered  J,  K,  and  L,  and  were  bo  arranged  that  the 
flames  were  from  left  to  right  on  L,  right  to  left  on  K,  and  left  to  right  on  J. 
J  had  a  bridge-wall  in  the  combustion  chamber,  but  K  and  L  had  none. 
The  doors  were  numbered  consecutively,  b^inning  rfith  the  one  next  to 
the  burner. 

Table  6. — TempercUwea  on  Forging  Furnaces 

I]  :66      1625  Finished  forging  26  in.  ingot  to  13  in.,  nirface  reading. 

12:08       2477  Onaurface  No.  1  E,  roll  ingot. 

12:10       2611  Back  wall  right  of  ingot  No.  1  K,  flame  right  to  left. 

12:11       2350  Back  wallleft  of  ingot  No.  2.K,  fiame right  to  left. 

12:12       2221  Back  wall  right  of  ingot  No.  3  K,  flame  right  to  left. 

12:12  Pull  ingot  from  No.  2  L. 

12:13       2169  Back  waU  right  of  ingot  No.  4  K. 

12:14  Cha^e  above  ingot  in  No.  I  L. 

12:17       2245  Back  wall  No.  2  L,  door  open  from  12:12. 

12:19  Charge  cold  ingot  in  No.  2L. 

12:22  Coal  off  of  K  furnace,  air  about  IK  in-  opening. 

12 :  36  Bricking  up  Nob.  1  and  2  L,  coal  off  and  air  oil 

12:32       2505  Floor  of  combustion  chamber  of  K  furnace,  coal  on 

12:34       2608  Wall  of  combustion  chamber  of  K, 

12:36       2529  Right  of  No.  1  E,  wall;  flame  right  to  left. 

12:36       2392  Left  of  No.  1  K,  wall;  flame  right  to  left. 

12:37       2392  Right  of  No.  2  K,  waU;  flame  right  to  left. 

2346  Leftof  No.  2  K,  wall;  flame  right  to  left. 

12:38       2346  Right  of  No.  3  K,  wall;  flame  right  to  left. 

2289  Left  of  No.  3  K,  wall;  flame  right  to  left. 

12:39       2289  Right  of  No.  4  E,  waU;  flame  right  to  left. 

2265  Left  of  No.  4  K,  wall;  flame  right  to  left. 

1:09       2403  Ready  to  puU  26  in.  ingot  in  No.  1  K. 

1:10       2680  Right  N  .  1  K,  wall. 

2343  Scale  on  ingot  30  sec.  after  being  drawn  from  furnace. 

2111  Scale  in  groove  under  press. 

2140  Clean  spot. 

2015  Clean  spot. 
1851  Groove. 
1919  Second  groove,  clean. 
1886  Third  groove,  clean. 
1990  Deep  groove  under  cutter,  clean;  approximately  6  in.  deep. 

2016  Deep  groove  under  cutter,  clean;  approximately  6  in,  deep. 
1930  Groove,  light  scale. 
1685  Small  groove. 
1706  Deep  groove. 
1741  Deep  groove  near  end. 
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Table  5. — Temperatures  on  Forcing  Fwmaces — (Continued) 

:60       1767  Deep  groove  third  from  end. 

:66       1663  Comer. 

:00       1373  Outaide  24  in.  section. 

I«76  Comer. 

:  08       ISIS  Finish  24  in.  section, 

1576  Finish  13H  in. 

;I4       1407  nniBli24in. 

1407  Finish  13^  in. 
StopwoiUng. 

2460  Ri^t  No.  2  K,  No.  1  empty,  flame  right  to  left. 

2423  Left  of  No.  2  K.,  flune  right  to  left. 

2385  Left  of  No.  1  L;  flame  left  to  tight. 

22S5  Right  of  No.  1  L. 

2233  Right  of  No.  2  L. 

No.  3  emptj'. 

2233  Left  of  No.  4  L. 

2 :30      2221  Right  of  No.  4  L. 

2 :  32       2442  Combustion  chamber  of  E. 

/  runaet 

3:56       2403    Bridge-waU;  flame  left  to  right. 
2321     No.  2  J  left. 
2249    No.  2  J  right. 
3124    No.  3  J  right. 

No.  1  J  and  No.  4  J  empty. 
2148    No.  4  J,  back  waU. 

4:00       1863    Left  of  No.  4  L,  flame  left  to  right. 

1913  .  Right  of  No.  4  L. 

2039    Right  of  No.  3  L. 

2148    lUght  of  No.  2  L. 

2128    Right  of  No.  1  L. 
4:06       2221    Combustion  chamber,  wall. 

The  drop  Id  temperature  from  one  end  to  the  other  of  the  four^oor 
furnaces  on  which  readings  were  taken  range  from  1&1°  to  308°  F.,  de- 
pending on  the  length  of  time  the  ingots  have  been  in,  how  fast  the  coal 
is  being  fired,  and  the  t3'pe  of  furnace. 

COKCLUSIONS 

It  is  possible  to  heat  a  24-in.  ingot  from  room  temperature  to  forging 
temperature  in  7  hr.  but  the  question  is  raised  whether  this  fast  rate  is  not 
injurious  to  the  steel,  especially  while  the  steel  is  still  comparatively 
cold,  large  stresses  being  set  up  which  may  cause  internal  fissures.  The 
rate  at  which  an  ingot  can  be  heated  without  injury  depends  on  the 
kind  oi  steel,  chrome  steel  being  very  tender  while  low-carbon  steel 
will  stand  more  abuse.  Opinions  differ  on  the  length  of  time  necessary 
to  bring  this  size  of  ingot  to  temperature,  but  the  best  practice  appears  to 
indicate  slower  heating  up  to  the  critical  temperature.  The  question  is  a 
difficult  one  to  settle,  however,  as  it  depends  on  a  number  of  variabUe. 

It  is  difficult,  if  not  impossible,  to  calculate  the  stresses  set  up  at  any 
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one  point  in  an  ingot,  due  to  unequal  expansion,  and  in  that  way  deter- 
mine what  the  maximum  allowable  difference  in  temperature  between 
the  outside  and  the  center  will  be.  If  this  could  be  done,  it  would  be  a 
simple  matter  to  prescribe  the  rate  of  heating  that  any  size  ingot  should 
have.  The  main  source  of  information  is  the  experience  of  steel  men 
through  years  of  practice  on  forging  large  ingots. 

The  results  of  the  test  show  that  an  optical  pyrometer  can  be  used 
to  determine  when  an  ingot  is  ready  to  forge.  To  make  sure  that  there 
is  no  error  due  to  loose  scale  or  ash,  it  is  well  to  push  a  bar  in  the 
furnace  and  clean  the  spot  on  which  the  pyrometer  is  to  be  sighted. 
This  being  done,  if  the  surface  temperature  is  100°  F.  higher  than  the 
temperature  at  which  it  ia  desired  to  forge,  the  ingot  is  ready  to  pull  out. 
For  instance,  if  the  forging  temperatiue  is  2250°  F.  (1232°  C. ),  should  the 
optical  pyrometer  read  2350°  F.  (1287°C.),theingotisreadytoforge.  The 
outaide  temperature  of  the  ingot  will  drop  very  rapidly  in  the  air  and 
leave  the  center  the  hottest  portion;  for  a  24-in.  ingot,  the  difference 
between  the  outside  and  center  is  about  100°  F. 

The  optical  pyrometer  can  be  used  to  determine  gas  temperatures 
approximately  by  sighting  on  the  bricks  of  the  back  wall  or  by  sighting 
on  a  target  or  in  a  tube.  Usahte  porcelun  stands  the  forging-fumace 
temperature  very  well  and  quickly  changes  temperature  with  the  gases, 
as  will  a  tai^  of  thin  metal.  The  tai^t,  however,  does  not  stand  the 
corrosive  action  of  the  gases  for  any  length  of  time,  a  nichrome  target 
lasting  to  a  temperature  between  2200°  F.  (1204°  C.)  and  2300°  F.  (1260' 
C).  The  error  due  to  making  a  reading  through  a  light  flame  is  ap- 
proximately 20°  F.  Readings  through  light  ash  from  a  powdered-coal 
flame,  with  an  optical  pyrometer,  do  not  appreciably  affect  the  tem- 
perature read. 

A  couple  on  the  surface  of  a  large  ingot  may  indicate  a  temperature 
approximately  that  of  the  gas  and  much  above  that  of  a  point  in  the 
steel  yi  in.  tmder  the  surface. 

The  temperature  gradient  along  the  ingot  from  the  door  to  a  short 
distance  inside  the  door  is  very  large  and  must  create  serious  stresses  at 
that  point. 

From  the  rate  of  cooling  of  the  24-in.  ingot,  it  appears  that  it  can  be 
worked  for  2  hr.  without  working  it  too  cold.  This  may  not  actually  be  the 
case  as  the  thick  scale  drops  off  and  the  piece  is  worked  down  to  smaller 
dimensions  where  it  will  cool  more  rapidly.  On  the  other  hand,  working 
heats  the  piece  and  will  tend  to  counterbalance  more  rapid  cooling. 

The  amount  of  coal  used  in  this  test  was  approximately  0.25  lb.  per 
pound  of  steel.  The  average  amount  of  coal  used  for  production  work 
at  this  plant  was  1  lb.  per  pound  of  steel.  This  shows  that  the  furnaces 
can  be  fired  much  more  efficienUy. 

In  conclusion  the  writer  wishes  to  thank  Mr.  G.  R.  Norton  and  Mr- 
R.  C.  Drinker  for  their  hearty  cooperation  and  interest  in  this  investigation. 

Ic 
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DISCUSSION 

Lawfobd  H.  Fry,  Bumham,  Pa.  (written  discussdon*). — As  a  aup- 
plement  to  the  information  given  by  Mr.  Bash,  a  diagram  is  submitted 
showing  the  results  of  a  somewhat  similar  experiment  carried  out  at  the 
ordnance  plant  of  the  Standard  Steel  Works  Co.  In  this  case  the  ingot 
to  be  heated  was  a  nickel-steel  octagon  ingot,  weighing  14,700  lb.  (6667 
kg.).  This  ingot  was  to  be  forged  into  two  255-mm.  howitzer  jackets. 
A  hole  was  bored  half  way  of  the  length  of  the  ingot,  extending  into  the 
longitudinal  axis,  and  a  base-metal  thermocouple  inserted  in  this  hole. 
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In  order  to  obtain  the  temperature  of  the  exterior  of  the  ingot,  a  similar 
couple  was  placed  in  the  hole  in  a  cylindrical  lag  block,  11  in.  (28  cm.)  in 
diameter,  weighing  300  lb.  This  couple  is  the  A-couple  in  the  diagram, 
the  couple  in  the  ingot  being  the  B-couple.  The  exterior  or  A-couple 
reached  2000°,  which  was  the  maximum  temperature  registered  by  the 
pyrometer  in  10  hr.,  while  the  couple  at  the  center  of  the  ingot  took 
approximately  23^  hr.  longer  to  come  to  this  temperature.  The  exterior 
temperature,  measured  by  an  optical  pyrometer,  was  approximately  2100^ 
at  the  end  of  17  hr.  The  experiment  was  carried  out  in  connection  nitb 
the  discussion  of  the  proper  time  for  heating  large  ingots  for  gun  forgiBgs 
and  the  results  were  presented  to  the  Gun-Howitzer  Club  in  September, 
1918. 

•Received  Sept.  30,  1919. 
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TEHPERATUBSia  OF  INCANDESCENT-LAMP  FILAUENTS 


Temperatures  of  IncandeBcent-Ump  Filaments 

BT  BBNJ.  E.  BHACXBLroBS,*  PB.  D.,  BUmunSLD,   N,  J. 
(ChiBMc  MMtinc,  BaptvintMr,  ISIS) 

The  present  paper  is  concerned  with  typical  temperature  values 
experienced  in  lamp-filament  measurements  as  made  on  regular  factory 
and  engineering  products.  It  deals  with  the  relations  existing  between 
temperature,  efficiency,  lamp  size,  and  life  of  incandescent  lamps, 
in  so  far  as  they  affect  the  rating  of  the  product  and  its  use  by  the  indi- 
vidual consumer. 

The  temperatures  measured  lie  in  that  range  covered  only  by  the 
general  method  of  radiation  pyrometry,  as  opposed  to  direct  methods 
used  under  contact  conditions.  The  range  of  temperatures  ordinarily 
experienced  extends  from  about  2125°  K.,  for  the  now  almost  extinct 
carbon-filament  lamp,  to  32Q0°  K.  for  the  comparatively  new  tungsten- 
filament  motion-picture  lamp.  Most  of  the  more  common  sizes  of 
tungsten  lamps  have  temperatures  ranging  from  2500°  to  3000°  K. 
Because  of  the  high  temperatures  involved  and  the  relatively  small 
area  of  the  sources  used,  we  are  practically  restricted  to  two  methods 
of  measurement,  both  of  which  depend  on  the  light  radiated  from  the 
filament.  The  first  and  more  usual  method  is  that  of  the  Morse  pyrome- 
ter, dependent  on  the  variation  in  temperature  of  the  amount  of  light 
of  a  given  color  range  yielded  by  the  filament.  In  this  case,  the  measured 
temperature  is  that  of  a  small  part  of  the  incandescent  body,  that  is, 
the  part  which  ia  focused  on  the  comparison  filament.  The  second 
method,  known  usually  in  this  country  as  that  of  "  color  match  "  and  in 
England  as  "color-identity"  is  based  on  the  color  of  the  total  Ught 
yielded  by  the  filament,  the  comparison  being  facilitated  by  the  use  of 
an  ordinary  photometer  head. 

A  more  definite  idea  of  the  temperatures  involved  in  the  case  of 
filaments  of  various  vacuum  and  gas-filled  lamps  is  {^ven  by  Fig.  1. 
The  size  of  the  lamp,  in  watts,  is  plotted  along  the  horizontal  axis  and 
the  temperature  of  the  filament  is  plotted  along  the  vertical  axis.  The 
lamps  concerned  are  regidar  product,  rated  for  1000  hr.  life.  The  tem- 
perature values  for  the  old  l&-candle power  carbon  lamp  and  the  new 
motion-picture  lamp  are  shown  by  the  cross  and  circle  respectively. 
The  life  of  the  latter  lamp  is  100  hr.  Lamps  for  ordinary  lighting 
service  yield,  on  the  average,  1000  hr.  of  useful  life;  that  ia,  they  continue 
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to  give  at  least  80  per  cent,  of  their  original  light  for  that  length  of  time. 
A  vacuum  lamp  usually  fails  from  blackening,  that  lb,  from  the  deposit 
of  the  tungsten  on  the  bulb  surface.  Since  the  smaller  filaments  are 
more  affected  by  the  loss  of  material  than  are  the  larger  ones,  it  is  neces- 
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Bsry  to  run  the  former  somewhat  cooler  tlian  the  latter,  in  order  that 
they  may  not  fail  before  they  reach  the  required  hours. 

In  the  case  of  gas-fiUed  lamps,  conditions  are  somewhat  more  acute. 
The  presence  of  the  gas  lowers  the  vaporization,  and  carries  the  de- 
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posited  tungsten  into  a  part  of  the  bulb  where  it  is  relatively  unobjec- 
tionable. Therefore,  the  filaments  of  most  lamps  are  operated  at  such 
a  temperature  that  they  will  have  a  burnout  life  of  1000  br.     Since 


BENJ.   B.   SHACKELFOBD  629 

these  lamps,  therefore,  are  operated  at  a  higher  temperature  than  the 
vacuum  lamps,  any  loss  of  material  becomes  more  effective  in  hasten- 
ing burnout.  The  small  filaments  are  less  able  to  stand  this  effect  than 
they  were  in  the  vacuum  lamps,  and  coDsequently  the  curve  is  steeper. 

With  a  given  lamp,  the  higher  the  temperature  of  the  filament,  the 
higher  is  the  efficiency  of  the  lamp.  This,  of  course,  is  due  largely  to 
the  fact  that  as  the  temperature  is  raised  a  larger  part  of  radiated  energy 
comes  within  the  visible  spectrum.  Fig.  2  shows  the  relation  between 
the  temperature  and  efficiency,  in  lumens  per  watt,  for  one  size  of  vacuum 
and  one  sise  of  gas-filled  lamp.  Where,  as  here,  we  are  considering  the 
efficiency  of  the  lamp  as  a  whole,  this  curve  will  shift  somewhat  in  going 
from  one  lamp  size  to  another.  In  the  gas-filled  lamps  there  is  also  a 
shift  from  lamp  to  lamp,  due  largely  to  the  dependency  of  the  cooling 
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effect  of  the  gas  on  the  pressure  of  the  gas  and  the  concentration  of  the 
filament.  This  relation  between  the  efficiency  and  temperature  gives 
another  method  of  measuring  temperature,  which  is  very  useful  to  the 
lamp  manufactiirer. 

Since  with  increased  temperature  comes  increased  efficiency,  the 
obvious  tendency  is  to  raise  the  temperature  of  the  filament  to  the 
highest  point  consistent  with  proper  life.  Fig.  3  shows  the  relation 
between  efficiency  and  life  for  ordinary  sizes  of  vacuum  lamps.  The 
actual  operating  temperature  is  governed  by  a  proper  balancing  of  the 
two  relationships,  the  increase  of  efficiency  and  the  shortening  of  life 
with  increasing  filament  temperature. 

Another  important  practical  fact  is  that  as  the  size  of  the  lamp 
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is  increaeed,  the  temperature  neceeaary  for  a  given  efficiency  ii 
An  inatance  of  this  is  shown  in  Fig.  4.  Particularly  in  the  case  of  gas- 
filled  lamps  it  is  noticed  that  for  the  low  wattages,  the  temperature 
necessary  for  this  given  efficiency  is  very  much'Mgber  than  in  the  case 
of  the  higher  wattages.  This  is  due  to  the  fact  that  the  relative  energy 
loss  due  to  gas  cooling  is  much  greater  with  small  filaments  than  with 
large.  Practically  this  means  that  there  is  a  size  below  which  the  gas- 
fiUed  lamp  is  less  efficient  than  the  vacuum  lamp.  This  is  shown  explic- 
itly in  Fig.  5,  where  the  ordinary  efficiencies  of  the  various  wattage 
lamps  are  indicated.  It  will  be  noticed  that  in  the  case  of  the  gas-filled 
lamps  particularly,  the  larger  sizes  are  more  efficient.    For  this  reason, 
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among  others,  large  lamps  are  mudi  more  economical,  for  the  same 
amount  of  hght,  than  are  small  ones. 

The  100-watt  vacuum  lamps  operate  at  a  temperature  of  2500°  K. 
when  set  up  at  an  efficiency  of  10  lumens  per  watt,  or  1  watt  per  hori- 
zontal candle,  A  nitrogen-filled  lamp  at  the  same  efficiency  wiD  oper- 
ate at  a  temperature  of  2900°  K.,  and  yet  will  have  a  somewhat  longer 
life  than  the  vacuum  lamp.  When  the  nitrogen  is  replaced  by  ai^on, 
the  temperature  at  the  same  efficiency  is  only  2800°  K.  and  the  life 
is  much  better  than  in  either  of  the  other  two  cases — because  of  the 
lower  thermal  conductivity  of  argon.  This  gas,  however,  is  much  more 
expensive  than  nitrogen  and  the  lamp  manufacturers  expend  annually 
hundreds  of  thousands  of  doUara  additional  for  the  more  us^ul  gas. 
This  expenditure  results  in  a  saving  to  the  consumer  of  about  twice 
the  above  mentioned  amount. 
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The  lead-in  wires  and  supports  aaturally  cool  the  filament  a  great 
deal  and  lessen  the  efficiency  of  a  lamp.  The  distribution  of  tempera- 
ture along  a  filament  is  shown  in  Fig.  6.    These  measurements  were 


Fro.  6. — Variation  of  efficiency  with  laup  size,  1000-hr.  life. 

made  on  the  comparatively  short  coils  of  street  series  lamps  and  show 
the  different  amount  of  cooling,  due  to  varying  amounts  of  contact 
by  the  support  wires. 
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Incandescent-lamp  filaments  offer,  not  only  some  of  the  most  in- 
teresting fields  for  optical  pyrometry  investigation  of  various  types, 
but  also  they  offer  one  of  the  most  available  and  satisfactory  groups 
of  sources  for  such  investigations.  In  other  words,  they  offer  both 
the  problem  and  the  means  of  solution. 
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Temperature  Measuremeats  of  Incandesceot  Gas  Manties 

BY  SERBEBT  ■.  IVES,  FH.  P.,  FBILADELPRIA,   PA. 

(CbiokgD  MMtins.  Saptsmbar,  1910) 

The  .  incandescent  gas  mantle  is  of  considerable  interest  from  the 
standpoint  of  temperature  meaem^ment  because  it  presents  a  seriee  of 
apparent  contradictions  to  the  established  laws  of  radiation  on  which 
are  based  some  of  our  best  methods  of  temperature  determination. 
One  of  these  contradictions  is  that  the  mantle  of  least  brightness  (of  the 
commercial  thoria-ceria  group)  is  the  one  having  the  highest  temperature; 
this,  though  explicable  without  any  violation  of  radiation  laws,  was 
long  a  stumbling  block  to  the  understanding  of  the  performance  of  the 
mantle.  Another  anomaly  is  that  the  energy  radiated  by  the  mantle 
decreases  with  the  rise  of  temperature,  thus  apparently  invalidating  total 
radiation  methods  of  pyrometry,  based  on  the  fourth-power  law.  The 
discussion  of  methods  of  measuring  mantle  temperature  which  follows 
is  largely  taken  from  an  extensive  study  of  the  physics  of  the  Welsbach 
mantle.' 

The  incandescent  gas  mantle  consists  of  a  skeleton  of  refractory 
oxide  of  very  Ught  weight  and  open  structure,  formed  by  the  ignition  of 
a  cotton  or  silk  "stocking"  previously  thoroughly  impregnated  with 
salts  of  certain  rare  earths.  The  mantle  of  commerce  is  a  mi;rture  of 
approximately  99  parts  of  thorium  oxide  with  1  part  of  cerium  oxide. 
This  mixture,  discovered  largely  by  accident,  gives  luminous  radiation 
many  times  greater  than  that  from  either  of  the  constituents  taken 
alone.  It  is  customary  to  speak  of  the  thoria  as  the  "base"  and  the 
ceria  as  the  "colorant,"  and  the  commercial  mantle  represents  one  of  a 
family  in  which  an  oxide  of  low  emissive  power  is  employed  as  a  base, 
which  will  assume  a  high  temperature,  while  a  small  amount  of  some 
other  oxide  of  high  visible  emissive  power  is  added,  which  will  reduce 
the  temperature  of  the  mantle  but  Uttle.  This  is,  in  general,  the  moat 
efficient  way,  from  the  standpoint  of  visible  emission,  to  utilize  a  sub- 
stance of  high  emissive  power  in  the  visible  spectrum.  But  it  is  not 
necessary  that  two  substances  should  be  employed  to  produce  a  radiator 
of  high  visible  and  low  general  emission.  Some  substances,  of  which 
lanthana  is  the  best  example,  possess  these  characteristics  naturally; 
it  merely  happens  that  the  Welsbach  mixture  is  as  yet  the  most  efficient 
radiator  of  this  type  known. 

'  Ives,  Kingsbury  and  Karrer:  A  Physical  Study  of  the  Welabacli  Mantle.  JiU. 
Frank.  Inst.  (Oct.  and  Nov.,  191S)  186,  401,  585. 
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The  methods  of  temperature  measurement  studied  in  the  investiga- 
tion above  referred  to  were  three:  optical,  total  radiation,  and  by 
thermocouples.  They  will  be  taken  up  here  in  that  order,  which  is 
their  order  of  utility,  from  least  to  greatest, 

'  Optical  Ptrombtbt  Applied  to  Mantles 

The  optical  method  of  measuring  temperature  was  employed  by 
Rubens  in  his  study  of  the  mantle.  He  used  it,  however,  in  a  manner 
that  could  lead  to  correct  results  only  with  a  completely  opaque,  com- 
pletely absorbing  body,  which  the  mantle  is  far  from  being.  Rubens' 
results  were,  however,  substantially  correct  because  he  confined  his 
observations  to  mantles  rich  in  ceria  and  to  the  blue  end  of  the  spectrum, 
where  the  absorption  band  due  to  ceria  is  of  high  saturation.  With 
mantles  of  low  visible  emissive  power  this  method  would  have  been 
inapplicable. 

The  optical  method  consists,  in  general,  in  measuring  the  black- 
body  temperature  by  the  usual  method  of  equahty  of  brightness  used 
in  the  Holbom-Kurlbaum  and  Henning  pyrometers,  and  then  deriving 
the  true  temperature  from  a  knowledge  of  the  optical  properties  of  the 
radiator. 

If  Tx  =  reflecting  power  of  body  at  wave-length  X; 
Jx  =  radiant  emission  of  black  body  at  same  temperature; 
£^x  =  radiant  emission; 
t^  =  transmitting  power; 

from  Kirchhoff'e  law; 

providing  the  surface  under  study  is  continuous.  If  it  is  discontinuous 
(asagridof  fine  fibers  would  be),  if  s  represents  the  fractional  part  of  the 
area  occupied  by  the  solid  material, 

Ex  =  Jx«  (1  -  rx  -  /x) 

Using  Wien's  law,  this  gives  for  the  true  temperature  T,  in  terms  of 
the  apparent  or  black-body  temperature  To 


-T.-^log."*'('-'  -''' 


In  this  formula,  the  constants  8,  r,  and  t  refer  to  the  properties  of  the 
hot  body,  which  are  usually  different  from  those  of  the  cold. 

It   is  obvious   that   accurate  temperature   determinations  by  this 
method  would  demand  very  elaborate  measurements  to  establish  the 
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.  hot  poroaity,  reflecting,  and  transmitting  powers.  In  the  case  of  the 
mantle,  such  measurements  are  practically  out  of  the  question.  The 
best  condition  for  applying  the  method  holds  at  the  edge  of  the  mantle, 
where  it  appears  continuous  by  projection,  so  that  8  approximates  unity. 
Also,  by  working  near  the  edge  of  the  mantle  r  reaches  its  nearest  approxi- 
mation to  the  reflecting  power  of  a  thick  opaque  layer  of  the  mantle 
oxide  in  powdered  form.  The  latter  is  capable  of  accurate  measurement 
in  the  cold  condition,  and  it  is  not  difficult  to  obtain  the  ratio  of  hot  to 
cold  reflecting  power  by  measuring  the  brightness  of  the  image  of  an 
arc  crater  focussed  on  the  hot  and  cold  mantle. 

The  possibility  thus  exists  of  obtaining  accurate  results  from  the 
edg«  of  the  mantle,  if  we  can  safely  assume  t  =  0  and  r  =  reflecting  power 
of  a  solid  layer.  We  may  so  assume  in  the  case  of  strongly  absorbing 
substances,  but  experiments  with  various  mixtures  of  thoria  and  ceria 
show  that  these  assumptions  hold  only  for  mantles  rich  in  ceria,  and  are 
quite  unwarranted  with  mantles  in  general.  This  point  was  tested  in 
several  ways,  one  of  which  was  by  making  up  mantles  with  continuous 
patches  formed  by  sewing  small  rectangles  of  filter  paper  on  the  mantle 
fabric.  Certain  of  these  were  selected  which,  when  viewed  normally, 
copied  the  behavior  of  the  edge  of  the  ordinary  mantle  structure.  These 
patches  were  found,  on  measurement,  in  the  case  of  pure  thoria  to  have 
a  reflecting  power  of  only  0.55,  while  the  solid  layer  has  a  reflecting  power 
of  0.S5.  Moreover,  upon  examining  the  brightness  of  the  patch  when 
illuminated,  it  was  found  that  the  unilluminated  side  was  over  half  as 
bright  as  the  illuminated,  showing  that  a  very  large  part  of  the  incident 
light  is  transmitted,  even  by  the  edge  of  the  mantle. 

It  therefore  appears,  as  is  borne  out  by  our  complete  data,  that  the 
optical  method,  which  should  give  accurate  results  for  opaque  layers 
of  radiating  material,  is  not  applicable  to  mantles  in  general.  In  the 
regular  99-per  cent,  thoria,  l-per  cent,  ceria  mantle,  the  black-body 
temperature  differs  by  an  amount  less  than  the  errors  of  measurement 
from  the  temperature  as  derived  from  the  introduction  of  the  hot  re- 
flecting power,  assuming  the  transmission  zero,  as  long  as  the  measure- 
ments are  made  in  the  extreme  blue.  Therefore  no  test  of  the  method 
is  afforded  by  such  measurements.  In  the  case  of  the  pure-thoria  mantle, 
however,  the  nearest  approach  to  the  true  temperature  {as  obtained  by 
graduated  thermocouples)  that  the  complete  optical  method  gives,  even 
if  r  and  t  are  assumed  to  amount  together  to  the  reflecting  power  of  an 
opaque  layer,  namely,85  per  cent., falls  short  by  as  much  as  100°.  This 
failure  is,  in  part,  due  to  the  error  in  the  value  of  r  and  t  assumed  for  the 
cold  mantle  and,  in  part,  perhaps  to  an  actual  increase  of  transparency 
with  increase  in  temperature.  In  any  event,  it  illustrates  clearly  the 
inapplicabihty  of  the  method. 
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Mantle  Pyrometby  by  Total  Radiation 

Meaaurementa  of  the  total  radiation  from  all  the  mantlea  studied 
were  carried  throi^h,  by  means  of  a  surface  thermopile.  It  was  early 
found  that  when  the  temperatures  measured  by  graduated  thermocouples 
were  assumed  as  the  correct  ones,  the  radiation  for  constant  gas  con- 
sumption was  not  constant,  but  decreased  with  increasing  mantle  tem- 
perature. Thus  a  black-bulb  thermometer  placed  so  as  to  be  heated 
by  the  radiation  from  mantles  of  various  compositions  would  exhibit  tJie 
apparent  anomaly  of  showing  the  greatest  temperature  rise  for  the  mantle 
of  lowest  temperature.  In  the  thoria-ceria  series,  the  black-bulb  ther- 
mometer, or  any  total  radiation  pyrometer,  would  show  the  highest  reading 
for  the  mantle  of  pure  ceria,  and  steadily  decreasing  readings  until  pure 
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thoria  was  reached,  with  no  reflection  whatever  of  the  enormous  lumi- 
nous maximum  at  the  99-per  cent,  thoria  point.  A  relatioiiBhip  of  this 
sort,  be^des  demanding  explanation,  offers  a  possible  method  of  tempera- 
ture measurement. 

The  explanation  lies  in  this  f ac  t :  that,  for  a  given  constant  consumption 
of  gas  (rate  of  supply  of  energy),  the  portion  of  the  total  power  dissipated 
by  convection  and  conduction  is  greater  the  higher  the  temperature. 
Consequently  the  rest  of  the  appUed  energy,  which  can  escape  only  as 
radiation,  must  be  smaller  the  higher  the  temperature.  The  convection 
losses  (beside  which  the  conduction  losses  are  small)  may  be  calculated 
¥rith  considerable  accuracy,  by  making  a  heat  balance  for  the  mantle 
and  burner.  If  it  is  assumed  that  the  products  of  combustion  leave  the 
mantle  at  the  temperature  of  the  latter,  we  can,  by  knowing  the  specific 
heats  of  these  products  and  their  amount,  calculate  the  amount  of  energy 
carried  away  by  them.  The  difference  betweeb  this  and  the  energy  input 
will  be  the  radiation. 

The  result  of  carrying  through  these  calculations  for  a  mantle  of 
several  different  temperatures  is  shown  in  Fig.  1.  A  gas  of  630  B.t.u.  per 
cu.  ft.  was  assumed,  and  the  specific  heats  of  the  products  of  combustion 
in  B.t.u.  per  cu.  ft.  of  gas  consumed  per  degree  centigrade  at  various 
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temperatures  were  pIott«d  from  standard  tables.  The  calculation  then 
consisted  in  comparing  this  specific  heat  with  the  initial.  It  appears 
from  the  figure  that  the  convection  loss  rises,  in  a  nearly  linear  manner, 
from  45  per  cent,  for  a  mantle  at  1350°  K.  to  75  per  cent,  for  a  mantle  at 
1900°.    The  radiation  must  correspondingly  decrease. 

Fig.  2  exhibits  the  relation  actually  found,  between  temperature  T 
(centigrade  absolute)  and  the  radiation  R,  in  arbitrary  units,  for  a  set  of 
mantles  composed  of  various  refractory  oxides.  It  is  clear  that  the  gen- 
eral linear  relationship  holds,  but,  at  the  same  time,  that  total  radiation 
methods  give  only  a  comparatively  rough  measure  of  temperature. 


Fia.  2.— ExPERiiniNTAiJ.r  found  belatioh  dbtwebh  temfebaturb  a 

R,    RADIANCB  IN  ARBITBART  UNITS;    T,  TBUFEBATURE. 

It  is  obviouB  that  the  relationship  established  between  temperature 
and  total  radiation  for  the  mantle  is  entirely  conditioned  by  the  escape 
of  enei^  by  convection.  Where  the  heating  is  done  in  vacuo,  as  by 
cathode  discharge,  no  such  relation  holds.  It  is  to  this  fact  indeed  that 
the  enormously  greater  brilliancy  of  thoria  over  ceria,  when  heated  in  the 
cathode  stream,  is  due. 

Mantle  pYKOUBTRy  by  Thebuocouples 

Quite  the  most  satisfactory  method  of  mantle  temperature  measure- 
ment, on  the  whole,  is  that  which  utilizes  a  series  of  thermocouples  of 
graduated  size,  first  utilized  by  Nichols  for  fiames,  and  later  by  White 
and  Travers  for  the  incandescent  mantle.  The  theory  in  its  simplest 
form  is  that,  while  a  single  thermocouple  will  not  give  correct  readings, 
due  to  the  heat  it  radiates  and  conducts  away,  this  error  is  less  the  smaller 
the  couple.  So  by  using  a  series  of  decreasing  size,  the  value  that  would 
be  given  by  a  couple  of  zero  mass  may  be  fixed  by  extrapolation. 

The  temperatures  of  the  ordinary  mantles  and  the  Bunsen  fiame  are 
fortunately  within  therange  of  the  platinum  platinum-rhodium  couple. 
We  have  used  successfully  a  series  of  diameters  0.35,  0.25,  0.15,  and  0.05 
mm.,  secured  from  Engelhardt  and  calibrated  by  the  Bureau  of  Standards. 
Certain  precautions  were  observed  in  their  use,  some  obvious  and  some 
learned  by  experience.  As  great  a  length  as  possible  of  the  couple 
should  lie  gainst  the  mantle.    The  bead  should  be  as  nearly  aa  possible 
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of  the  same  diameter  as  the  wires  it  connects.  After  continued  use,  the 
couples  may  give  inconsistent  results,  perhaps  due  to  contamination; 
when  this  condition  is  evident,  the  beads  may  be  cut  off  and  new  ones 
fused. 

It  is  ordinarily  assumed  that  the  points  given  by  such  a  series  of 
thermocouples  lie  on  a  straight  line.  Our  results  on  the  couples  de- 
scribed indicate  consistently  that  these  points  lie  on  a  curve.  Some 
representative  results  are  shown  in  Fig.  3  for  mantles  of  different  com- 
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positions  and  temperatures.  The  curvature  is  well  shown,  and  it  appears 
as  well  that  with  the  lower-temperature  mantles  the  curve  is  more  nearly 
perpendicular  to  the  temperature  axis,  that  is,  that  the  couples  differ 
less  in  their  readings. 

The  accuracy  attainable  by  the  thermocouple  method,  while  far 
greater  than  that  given  by  the  preceding  methods,  is  not  comparable 
with  what  thermocouples  will  do  under  less  trying  conditions.  A  good 
set  of  readings,  using  the  potentiometer,  will  usually  fix  the  temperature 
of  the  mantle  within  20°  to  30°,  but  great  care  must  be  taken  to  place 
the  bead  upon  exactly  the  same  point  in  the  mantle  with  each  couple. 
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Application  of  Pyrometry  to  Problems  of  Lamp  Design  and  Performance 

BT    I.    H.    VAN    HOKN,*  B.    B,,    CLEVELAND,    OHIO 

(Chicaco  MMtlo(,  S«|itainbw,  lOlfll 
In  the  development  of  the  incandesceDt  electric  lamp  one  aim  of 
the  investigators  has  been  to  establish  the  fundamentals  of  lamp 
design,  so  that  the  performance  of  any  new  lamp  may  be  accurately 
predicted.  The  study  of  the  temperature  relations  in  lamps  has  done 
much  toward  establishing  these  fundamentals.    Fig.  1  gives  the  typical 


Fia.  1. — Arranobuent  op  parts  in  Ma£da  B  and  Mazda  C  lawps. 

arrangement  of  the  lamp  parts  in  both  the  Mazda  B  (vacuum)  and 
Mazda  C  (gas-filled)  lamps.  The  outstanding  difTerences  are  the 
filament  form  and  the  bulh  shape. 

The  ideal  lamp  is  one  in  which  the  filament  operates  at  a  uniform 
temperature  throughout  its  length.  In  practice,  it  is  necessary  to  disturb 
this  uniformity  by  the  introduction  of  supports  and  terminals.  The 
amount  of  cooling  at  the  supports  and  terminals  affects  the  over-all 
efRciency  of  the  filament  as  a  light  producer.  The  life  of  the  lamp  is 
ordinarily  proportional  to  the  maximum  and  not  to  the  average  filament 
temperature.     The  Holborn-Kurlbaum  type  of  optical  pyrometer  has 


*  Physioist,  National  Lamp  Works,  General  Elee.  Co. 
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been  used  for  determming  the  temperature  gradients  in  lamp  filaments.' 
The  cooling  effects  of  supports  and  terminals  have  been  evaluated.* 

Fig.  2  illustrates  the  cooling  effect  of  supports  in  a  vacuum  lamp. 
The  terminals  a  and  b  are  16-mil  copper;  the  supports  c,  d,  and  e  are  10-, 
20-,  and  40-mil  copper,  and  the  supports  /,  g,  h,  and  i  are  2-,  4-,  8-,  and 
16-mil  molybdenum.  The  length  of  filament  cooled  depends  on  the  size 
and  material  of  the  supports  and  terminals,  the  size  and  material  of  the 
filament,*  and  the  maximum  filament  temperature.  The  cooling  of  the 
filament  at  terminals  and  supports  is  a  very  important  factor  in  the  de- 
signing of  low-voltage  lamps.  The  filament  used  in  the  ordinary  pocket 
flashlight  lamp  is  about  3  mm.  long  and  the  effect  of  end  cooUng  extends 
over  its  whole  length.  In  lamps  of  this  type  the  average  filament  tem- 
perature is  much  lower  than  the  maximum. 


Fio.  2. — Special  vacucm  lamp  with  supports  of  different  materials  and  sieeb 

The  control  of  temperature  distribution  in  the  vacuum  lamp  is  much 
simpler  than  in  the  gas-filled  lamp.  In  the  gas-filled  lamp  the  filament 
is  cooled,  not  only  by  the  conduction  of  the  supports  and  terminals  but 
also  by  gas  conduction  and  convection.*  The  arrangement  of  the  fila- 
ment therefore  becomes  of  prime  importance  in  obtaining  the  most  uni- 
form filament  temperature  as  well  as  the  lowest  maximum  temperature 
for  a  given  efficiency  of  light  production.  Fig.  3  is  a  photograph  of  a 
100-watt  Mazda  B  construction  lamp  filled  with  gas.  The  lamp  was 
burning  tip  down  when  photographed.  The  upper  portion  of  the  fila- 
ment is  operating  at  a  much  higher  temperature  than  the  lower.  This 
shows  the  necessity  for  a  different  mount  design  for  the  gas-filled  lamp. 

'  Hyde,  Cady  and  Worthing:  Trant.  III.  Eng.  Soc.  (1911)  6,  238. 
'  Amrine:  Trans.  III.  Eng.  Soc.  (1913)  8,  385.     Worthing:  Phys.  Rrv.  [2J  (1914) 
4,524. 

■  WoHhing:  Phys.  Rev.  12]  (1914)  4,  535.     •  Ungmiiir:  Phys.  Rev.  (1912)  34,  401. 
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It  is  advaDtageouB  to  coil  the  filament  wire  in  the  form  of  a  helix  in  order 
to  reduce  the  energy  loss  due  to  the  gas  and  to  give  a  more  uniform  fila- 
ment temperature.  The  curves  of  Fig.  4  show  a  much  lower  gas  loss  for 
the  coil  filament  than  for  a  straight  filament  of  the  same  diameter. 


Fio.  3.— lOO-WAiT  Mazda  B  coNSTRUcnoN  lamp  which  has  bbem  oas-filled. 

The  gas  loss  may  ako  be  different  for  variations  in  the  pitch  and  mandrel 
of  filament  coihng. 

The  optical  pyrometer  has  been  of  great  assistance  in  studying  these 
effects.  The  temperature  at  any  point  on  the  filament  can  be  measured 
quickly  and  accurately  and  different  observers  find  no  difficulty  in  ob- 
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Fig.  4. — Pee  cent,  gab  loss  fob  bthaioht  and  coiled  filaments  in  oas. 

taining  results  that  agree  closely  when  they  use  the  same  temperature 
scale  as  a  basis  for  calibration.  The  errors  and  limitations  in  optical 
pyrometry  have  been  thoroughly  studied  and  discussed  by  various  re- 
search laboratories*  in  connection  with  high-temperature  investigations. 


•  Worthing  and  Foraythe:  Phys.  Rev.  [2]  ()9I4)  4,  163. 
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The  determiiiation  of  the  average  filament  temperature  by  the  optical 
pyrometer  method  is  rather  tedious  since  it  requirea  a  lai^e  number  of 
obaervattone.    An  optical  pyrometer  apparatus  has  been  developed  in 
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Fio.  5. — Teuperatdbb  distribution  in  a  Mazda  C  lahp. 

the  laboratory  with  which  the  author  is  connected,  which  facilitates  th^ 
measurements  on  a  lamp  filament.  The  motion  of  the  lamp  carriage  is 
controlled  by  the  observer  as  he  watches  the  image  of  the  filament  through 
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Fia.-  6. — Efiicixnct  for  oiFFERBifT  filament  lenqths  in  a  Mazda  C  stbket 
SB  RIBS   lamp. 

the  telescope.    He  can  move  it  up  or  down,  to  the  right  or  left,  and  for- 
ward and  backward,  and  can  rotate  it. 

Fig.  5  shows  the  temperature  distribution  curve  for  a  common  form 
of  Mazda  C  lamp.    The  filament  coil  was  arranged  in  the  form  of  a  W 
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with  the  support  at  the  upper  central  point  of  the  "W.  The  temperature 
distribution  in  a  coil  mounted  vertically  is  less  uniform  than  in  a  coil 
mounted  horizontally.  The  maximum  temperature  in  the  vertical  coil 
is  usually  toward  the  upper  end.  The  gas  loss  is  slightly  greater  for  lie 
horizontal  coil.  The  curve  in  Fig.  6  shows  the  relation  between  effi- 
ciency and  filament  length  for  the  same  maximum  filament  temperature. 
This  serves  to  emphasize  the  fact  that  the  watts  per  mean  spherical  can- 
dlepower  does  not  necessarily  indicate  the  temperature  of  the  filament. 
However,  for  lamps  of  the  same  wattage  and  design,  the  watts  per  mean 
spherical  candlepower  may  be  taken  as  proportional  to  the  average 
filament  temperature. 

One  of  the  very  simple  methods  of  determining  the  average  filament 
temperature  is  the  use  of  the  filament  as  a  resistance 
element  of  a  resistance  pyrometer.  The  ratio  of  the 
resistance  at  high  temperature  to  the  resistance  at  room 
temperature  gives  a  measure  of  the  absolute  tempera- 
ture for  a  given  quality  of  filament  wire. '  This  method 
has  the  disadvantage  that  it  is  not  independent  of  the 
wire  quality  nor  is  it  quite  as  sensitive  as  some  other 
methods. 

The   averse  filament  temperature  may  also  be 

measured  by  the  color-match'    photometer   method. 

The  ordinary  Luromer-Brodhun  photometer  sight-box 

is   suitable   for   this    work.     The   lamp  of  unknown 

filament  temperature  is  placed  in  the  test  socket  of 

the  photometer  and  the  comparison  lamp  voltage  is 

varied  until  there  is  no  apparent  difference  in  the 

coil.  FiLAiMNrr.'*   color  of  the  two  fields.    Temperature  measurements 

made  by  the  color-match  method  are  reUabte  only 

when  the  character  of  the  filament  radiation  is  known  to  agree  with 

that  for  which  the  calibration  is  made.    The  radiation  from  a  straight 

filament  or  from  the  outside  of  a  coiled  filament  has  been  found  to  be 

of  a  different  quality  than  the  radiation  from  the  inside  of  a  coiled 

filament.     The  light  from  the  inside  is  redder*  than  that  from  the  outside. 

The  temperature  of  a  coiled  filament  may  be   measured  with  an 

optical  pyrometer  by  sighting  upon  the  outside  of  the  helix,  since  the 

quality  of  the  radiation  from  the  outside  is  unaffected  by  coiling>     Y\%. 

•  7  shows  a  lighted  coil  filament  and  shows  the  difference  in  brightness  on 

the  inside  and  the  outside  of  the  helix. 

•  Langmuir:  Phyt.  R^.  [2]  (1916)  7,  3(W. 
'  Hyde,  Csdy  and  Fotsythe:  Phyt.  Rev.  |2]  (1917)  10,  395. 
■  L&ngmuir:  Op.  ct(.,  1S2. 
Coblenti;  U.  S.  Bureau  of  Standards  BuU.  14  (1918)  115. 
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The  maintenance  of  a  vacuum-tight  seal  is  easential  to  the  successful 
operation  of  all  incandescent  electric  lamps.  The  stem  seal  is  therefore 
one  of  the  vital  points  of  the  lamp.  While  glass  is  a  very  good  electrical 
insulator  at  room  temperatures,  it  becomes  somewhat  conducting  at 


Pra.  S. — Glabb  btxhs  moM  Maida  C  laupb  cracked  ab  a  ebbult  or  ELECTROLYsie. 

the  temperature  attained  in  incandescent  lamps.  The  lamp  design 
must  be  such  that  the  stem  temperature  will  be  safe  from  the  standpoint 
of  electrolysis  of  the  stem.    The  stem  temperature  may  be  measured 
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Mazda  C  lamp. 


by  inserting  a  small  thermocouple  in  the  stem  press  when  making  the 
stem.  Fig.  8  shows  the  results  of  stem  electrolysis;  the  glass  has  cracked 
along  the  weld  seal  wires. 

In  the  gas-filled  lamp  the  stem  temperature  h  affected  by  the  bulb 

D.qit.zeaOvGoOt^lc 


644  FBOBL£HS   OF  LAMP  DESIGN  AND   PBRFOBUANCB 

shape  aod  size,  the  distance  of  the  stem  seal  from  the  filament,  the 
wattage  of  the  lamp,  the  deflectors  used,  and  the  condition  of  opersr 
tion,  whether  in  enclosed  or  open  lighting  fixtures,  and  whether  with 
base  up  or  down,  or  horizontal,  or  at  an  angle.  It  is  therefore  necessary 
to  make  stem-temperature  measurements  under  conditions  equivalent 
to  those  met  with  in  the  most  severe  service  for  which  the  lamp  is 
designed. 

Fig.  9  shows  the  bulb  temperature  distribution  in  a  certain  type  of 
Mazda  C  lamp  operated  base  uppermost  with  no  enclosing  fixture.  The 
bulb  temperature  may  be  conveniently  measured  with  the  resistance 
pyrometer  in  which  the  resistance  element  is  wound  around  the  bulb 
at  the  point  to  be  investigated.  The  upper  limit  for  bulb  temperature 
of  good  lamp  performance  is  not  ordinarily  the  softening  or  devitrifica- 
tion of  the  glass.  It  is  difficult  to  remove  all  the  moisture  from  the 
glass  parts  at  the  time  of  exhaust.  The  moisture  may  be  given  up 
later,  if  the  bulb  temperature  is  very  high,  and  result  in  an  inferior  lamp. 
Change  in  the  bulb  size  or  shape  may  give  a  more  favorable  temperature 
distribution. 

Temperature  measurements  have  played  an  important  part  in  fixing 
the  present  designs  of  the  Mazda  lamp.  Some  of  the  methods  found 
useful  in  studying  the  temperature  relations  have  been  discussed  and 
some  of  the  results  indicated. 

DISCUSSION 

A.  G.  WoHTHiNG,  Nela  Park,  Cleveland,  0. — There  is  a  very  definite 
relation  that  is  helpful  in  the  measurement  of  tungsten-filament  temi>era- 
tures  by  means  of  a  resistance.  Plotting  the  log  of  the  resistance  against 
the  log  of  the  temperature,  for  the  range  from  1300°  to  3200°  K.,  gives 
a  straight-line  relation.  A  great  many  points  taken  in  a  careful  test  lie 
very  close  indeed  to  the  straight  line.  This  is  different  from  the  relation 
Mr.  Northrup  found  for  tin. 
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Temperature  of  a  Burning  Cigar 

BY  T.   a.   SUOB,   JK.,*  U.  B.,   AND  BKNBT  B.   KBATBtLL,t  PH.  I>.|  WASmNQTON,  D.   C. 

(Chioaco  MKtlni,  Seplctober.  lOIfi) 

Of  all  the  qualities  that  are  essential  in  a  good  cigar  tobacco  none  is 
quite  80  important  aa  the  burn.  This  term  is  general  and  includes  many 
points,  the  moat  important  of  which  are  evenness  of  burn,  color  of  ash, 
firmness  and  coherence  of  ash,  and  fire-holding  capacity.  The  fire- 
holding  capacity  refers  to  the  length  of  time  the  leaf  or  cigar  will  continue 
to  glow  after  ignition. 

Chlorides  tend  to  prevent  complete  combustion  and  products  are 
formed  thereby  that  are  injurious  to  the  flavor  and  aroma.  On  the  other 
hand,  the  carbonates  of  the  alkahes,  particularly  of  potassium,  aid  the 
combustion  and  increase  the  fire-holding  capacity.  Barth^  thought 
that  the  harmful  efTect  of  the  chlorides  was  due  to  their  fusing  and  coat- 
ing the  tobacco,  thereby  preventing  complete  combustion.  Schlosing,' 
Nessler,*  and  Garner,*  suggested  widely  different  theories  to  account 
for  the  favorable  action  of  potassium  salts.  In  order  to  study  carefully 
the  action  of  the  various  salts  upon  the  course  of  combustion  of  the 
cigar  a  knowledge  of  the  temperature  of  the'  burning  cigar  is  necessary. 
Lehmann,*  who  seems  to  be  the  only  investigator  who  has  made  any 
attempt  to  determine  the  temperature  of  a  burning  cigar,  gives  480°  C. 
as  the  maximum  temperature  which  he  recorded.  It  is  evident,  however, 
that  his  measurements  were  in  error,  probably  on  account  of  the  method 
and  apparatus  used,  since  the  lowest  visible  red  corresponds  to  a  tem- 
perature of  abgut  575°  C. 

The  object  of  the  present  investigation'  was  to  develop  a  method  of 

*  Assistant  Physicist,  U.  8.  Bureau  of  Standards. 

t  Asf istant  Physiologist,  Bureau  of  Plant  Industry,  U.  S.  Dept.  of  Agriculture. 

'  Max  Barth:  Unterauchungcn  von  im  EUasa  gesogenen  Tabaken  und  einigen 
Beziebungen  zwiachen  der  Qualitat  des  Tabaks  und  seiner  zuaatnmensetsung.  Landw. 
Ver.  Slai.  (J891)  89,  81-104. 

»  Th.  Schlosing:  Uber  die  Verbrennlichkeit  des  Tabaks.  Landw.  Ver.  SUU.  (1891) 
»,  98. 

>  J.  NesBler:  Dungungsversuche  zu  Tsbak.    Landw.  Ver  Stat.  (1881)  29,  309-312. 

<  W.  W.  Gamer:  Relation  of  the  Composition  of  the  Leaf  to  the  Burning  Qualities 
of  Tobacco.    Bull,  106,  Bureau  of  Plant  Industry,  U.  S.  Dept.  of  Agriculture. 

*  K.  B.  Lehnuuin:  Chemische  und  ToxikologiBche  Studien  uber  Tabak,  etc.  Ar- 
ekwtfur  Hygime  (1908-09)  68,  319. 

*  The  work  presented  in  this  paper  was  performed  in  1916.  Determinations  upon 
cigars  of  varying  ash  and  moisture  content  were  planned  with  a  view  to  ascertaining 
the  effect  of  these  factora  upon  the' temperature  attained  but  up  to  the  preaent  time 
it  has  not  been  found  feasible  to  carry  out  this  program. 
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dctcniiining  the  maximuiii  temperature  within  the  burning  cigar  which 
would  eliminate  the  theoretical  objections  to  the  methods  employed 
previously  {i.e.,  a  possibiUty  of  low  readings  due  to  heat  conduction 
along  the  thermocouple  wires  and  to  a  leakage  of  cold  air  into  the  junc- 
tion) and  to  determine  approximately  the  maximum  temperature 
attained  in  cigars  smoked  under  ordinary  conditions  or  as  near  to  such 
as  the  method  of  taking  readit^  would  permit. 

The  thermocouples  were  composed  of  the  following  wire:  platinum 
0.01  cm.  and  0.015  em.  in  diameter  and  platinum  10  per  cent,  rhodium 
of  the  same  diameters  supplied  by  3.  Bishop  Platinum  Works.  The 
potentiometric  method  of  measurement  was  used.  The  set  up  was  as 
shown  in  Fig.  I ;  a  diagram  of  the  electrical  connections  is  given  in  Fig.  2. 


Fig.  I. — Api-ARATua  csbd  to  obtain  temperature  < 

In  order  to  eliminate  conduction  and  leakage,  it  was  decided  that 
only  couples  composed  of  very  small  wires  should  be  used,  so  the  plat- 
inum-rhodium  couple  was  chosen  as  offering  greater  reliability  and  less 
chance  of  trouble  due  to  brittleness  of  the  wire  in  the  smaller  sizes. 

A  small  glass  capillary  tube  drawn  down  to  a  point  wag  thrust 
through  the  cigar  at  a  point  about  2.5  cm,  from  the  tip  of  the  cigar  as 
shown  in  Fig.  3.  One  of  the  wires  of  the  couple  was  then  passed  into  this 
tube  and  so  through  the  cigar,  the  tube  drawn  through  the  cigar  and  re- 
moved from  the  wire,  and  this  wire  joined  to  the  other  wire  of  the  couple 
by  arc  welding.  The  junction  having  been  made,  it  was  trimmed  down 
and  pulled  back  to  the  longitudinal  axis  of  the  cigar  and  the  small  holes 
around  the  wire  plugged  with  paper  pulp.  In  this  way  the  junction 
was  located  in  the  region  of  highest  temperature,  the  filler  of  the  cigar 


T.   S.   BLIOH,  JB.,   AND  HENBY  B.   KBAYBILL  647 

was  disturbed  to  only  a  very  small  extent  aad  good  insulatioo  between 
the  wires  was  secured  without  the  nec^sity  of  iutroduciDg  additional 
heat-absorbing  material  into  the  cigar.    The  smaller  couple  No.  1  was 


located  about  2.5  ci 
2  cm.  farther  back. 


Fio.  2. — Electeical  connbctionb  of  appabatub. 

from  the  tip  with  the  larger  couple  No.  £  about 


Fig.  3. — Placinq  junctions  in  cioaa. 


The  apparatus  was  adjusted  and  the  cigar  lighted.  As  soon  as  a 
temperature  near  300°  C.  was  indicated,  readings  were  taken  of  the 
highest  temperature  reached  during  the  puff,  and  of  the  temperature  in 
the  coal  or  cigar  about  30  sec.  after  the  puff.  These  latter  readings 
were  taken  to  determine  whether  the  point  of  highest  temi)<erature  had 
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been  reached  as  indicated  by  a  rising  or  falling  temperature.  The  time 
interval  between  puffs  was  IH  tnin.  and  the  duration  of  the  pu£F  was 
from  5  to  8  sec.  An  attempt  was  made  to  keep  the  draft  and,  conse- 
quently, the  rate  of  combustion,  normal.  When  the ,  temperature 
indications  began  to  decrease  on  successive  puffs,  the  other  junction 
was  switched  into  the  circuit  and  a  similar  set  of  readings  taken;  see 
Table  1.  The  couples,  as  taken  from  the  ash,  were  usually  check 
standardized  with  boiling  sulfur  as  a  reference  point. 

Table  1. — Data  from  Single  Cigar 


•  Holds  this  temperature.      *  Coole.        °  Rising.        '  Couple  dropped  out  of  cigar. 

Headings  as  indicated  were  taken  upon  a  number  of  different  cigars 
designated  by  letter.  Table  1  is  typical  of  the  data  obtained  on  each 
cigar.  Table  2  is  a  r^sum^  of  maximum  temperatures  obtained  durii^ 
the  puff  and  in  the  coal.  Complete  data  for  each  cigar,  standardiza- 
tion and  check  points  for  thermocouples,  etc.,  are  omitted  as  unneces- 
sary detail. 

It  is  noted,  upon  comparing  the  readings  taken  on  different  cigars, 
that  the  maximum  temperatures  vary  considerably  from  one  cigar  to  the 
next.  This  probably  can  be  accounted  for  by  a  variation  in  the  moisture 
present  and  a  variation  in  the  compactness  of  the  cigar,  which  would 
influence  both  the  rate  of  eombuation  by  limitii^  the  draft  and  the  avail- 
ability, or  rather  the  suitable  arrangement,  of  the  material  present  for  tree 
combustion.  Another  source  of  uncertainty  is  the  possible  presence  of 
voids  ill  the  cigar  at  or  near  the  junction.     Again,  since  puSlng  is  Dot 
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continuous  it  might  well  be  that  in  some  cases  the  juactioa  is  not  located 
just  at  the  point  of  highest  temperature  during  a  puff;  this  would  explain 
the  small  differences  existing  between  the  readings  indicated  by  couple 
No.  1  and  couple  No.  2  in  the  same  cigar,  see  Table  2, 

Table  2. — Maximum  Temperatures  in  Cigars 

Durinc  Puff.*  DcfiH  C.  '  In  Coal,*  DacnM  C. 

CUar , -—     --  — -        _ 

Coupls  No.  1         I         Couple  No.  2         I        Couple  No.  1  Coopla  No.  2 


O       I  892  910  I  ; 

■  Cotreepoading  readjuge  in  ^  same  cigar  with  difierent  oouplea. 

'  Readings  taken  at  random  where  temperature  in  coal  was  stationary  or  approxi- 
mately BO.  These  readings  were  not  taken  coneiatently  as  their  value  was  not  fully 
appreciated  at  time  tests  were  run. 

A  comparison  of  the  maximum  temperatures,  as  indicated  in  Table  2, 
shows  that  the  readings  with  the  two  couples  in  the  same  cigar  vary  much 
less  than  the  readings  of  any  two  cigars  that  might  be  compared.  This 
indicates  that  the  moisture  content,  chemical  composition,  and  physical 
condition  of  the  cigar  may  influence  the  maximum  temperatures  attained. 

The  platinum-rhodium  couples  were  selected  of  difierent  sizes  of  wire 
in  order  that  any  great  lowering  of  temperature  due  to  conduction  along 
the  wires  m^ht  show  up  as  a  consistently  low  reading  of  the  larger  couple. 
As  the  indicated  maximum  is  greater  first  in  one  couple  and  then  in  the 
other,  it  is  only  reasonable  to  assume  that  the  conduction  effect  in  these 
small  couples  is  neghgible.  Finally,  though  it  may  seem  that  the  tem- 
peratures shown  in  Table  2  are  rather  high,  a  comparison  of  the  color 
brightness  of  the  tip  of  a  hghted  cigar  with  the  color  of  the  walls  of  a 
furnace  known  to  be  at  some  temperature  near  900°  C.  will  go  far  toward 
removing  any  doubt  one  may  have  as  to  the  possibihty  of  the  existence  of 
such  temperatures  in  the  cigar. 

Summary 

1.  A  method  of  determining  the  temperature  of  the  burning  cigar 
which  seems  to  give  satisfactory  results  is  described. 

2.  The  maximum  temperature  recorded  is  925°  C,  if  we  may  disregard 
the  reading  of  950°  C.  as  doubtful  because  the  readings  taken  before 
and  after  the  puff  in  that  case  indicate  a  much  lower  maximum,  because 
a  decided  and  well-supported  maximum  occurs  later  on  and  because  the 
readings  taken  with  couple  No.  2  in  the  same  cigar  gave  a  very  mu<^ 
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lower  maximum  temperature.    The  maximum  temperatures  recorded 
were  aa  follows: 


oupl«  No.  ii  [  Coupl*  No,  3 


Cigul. 
CiguJ. 
OguK 
CiguL. 


Coupk  No.  1,  CouiilaND.Z, 


Cig&i  M.. 
CigarN.. 
CSgarO.. 


3.  The  highest  stationary  temperature  recorded  in  the  coal  was  803°  C, 
The  average  temperature  will,  of  course,  depend  on  the  zone  over  which 
the  average  is  taken.  The  maximum  stationwy  temperatures  in  the 
coal  were  as  follows: 


Coupla  No.  1, 
DcCTmC. 

'  CoaplaNo.  3, 

CSgarL... 
Cigar  M.. 

lcouploNa.1 
!    DotnwC. 

670 
803 

'^SlS^'c^ 

Cigar  I 

717 
684 

658 
668 
629 

1        657 

708 

1 

4.  The  temperature  gradient  becomes  very  steep  as  the  coal  approaches 
the  junction,  that  is,  the  temperature  a  few  millimeters  ahead  of  the  coal 
is  comparatively  low. 

5.  The  data  obtained  indicate  that  such  factors  as  moisture  content, 
chemical  composition,  and  compactness  of  the  cigar  affect  the  maximum 
temperature  attained  during  the  combustion. 

Acknowledgments  are  due  to  the  Department  of  Physics  of  the 
Pennsylvania  State  College  for  the  use  of  its  laboratories  and  apparatus 
in  this  work. 

DISCUSSION 

W.  P.  White,*  Washington,  D.  C.  (written  discussionf)- — The 
authors  seem  to  have  proved  that  for  a  phenomenon  as  irregular  as  the  one 
they  were  investigating  there  was  no  perceptible  conduction  effect  in  the 
platinum  wire.  It  should  be  mentioned,  however,  that  the  conduction 
of  heat  to  and  from  smaU  wires  is  not  proportional  to  their  surface  and 
might  give  unexpected  values,  varying  lai^ely  with  the  medium  in  which 
the  wire  was  situated.  Attempts  to  eliminate  a  conduction  effect  in  the 
wire  by  extrapolating  the  curve  obtained  by  using  different  sizes  have  in 
some  cases  given  incorrect  results,  bo  that  the  authors'  result  should  be 
applied  with  great  care  as  a  guide  in  other  cases.  The  difference  in  size 
of  wire  employed  by  them  is  really  rather  small.  If  the  desire  had  been  to 
6nd  out  how  great  the  effect  was  instead  of  merely  to  demonstrate  its 
absence,  a  greater  difference  of  diameter  would,  of  course,  have  been 
seleeted. 


*  Physioist,  Geophysical  laboratory. 


t  Received  Sept.  26,  1919. 
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The  sharp  gradient  immediately  in  front  of  the  burning  portion  of  the  . 
cigar  is  quite  surprisiag  at  first  sight.  The  weight  of  air  coming  from  a 
flame  is  considerably  greater  than  the  weight  of  material  burned,  and  it 
would  be  thought  that  this  stream  of  heated  air  would  heat  very  con- 
siderably the  material  not  yet  reached  by  the  zone  of  combustion.  Pos- 
sibly the  heat  is  exhausted  in  evaporating  moisture  from  the  material. 
In  that  case  the  cigar  is  really  a  sort  of  regenerative  furnace,  except 
that  it  is  not  air  but  the  material  which  is  preheated,  and  the  pre- 
heating produces  dryness  rather  than  increase  of  temperature.  Whether 
or  not  this  is  the  case  would  be  shown  by  finding  how  hot  a  thoroughly 
dry  cigar  would  get. 

T.  S.  Sligh  (author's  reply  to  discussion*). — The  authors  attempted 
only  to  obtain  some  measurements  of  temperature  attained  in  cigars 
selected  at  random  and  since  these  individual  temperatures  would 
necessarily  vary  considerably  among  themselves  the  method  was  not 
subjected  to  a  rigid  examination  as  to  the  attainable  accuracy. 

The  authors  were  aware  that  attempts  to  determine  flame  temperature 
by  extrapolation  of  the  readings  of  couples  of  varying  diameters  had 
led  to  inconsistent  results.  It  should  be  noted,  however,  that  in  the 
present  work  the  couple  is  in  contact  with  a  considerable  mass  of  burning 
material  for  about  50  to  70  diameters  of  the  wire  on  each  side  of  the 
junction,  thus  supplying  the  latter  part  of  the  heat  conducted  away 
by  the  leads  from  a  portion  of  the  coal  more  or  less  remote  from  the 
junction;  the  section  of  the  couple  in  the  cigar  is  swept  by  a  stream  of  hot 
gases  and  the  junction  is  completely  shielded  from  radiation  losses. 
We  may  calculate,  using  experimentally  determined  emission  constants, 
that  the  heat  loss  from  the  leads  is  about  0.01  cal.  per  sec.  and  0.03  cal. 
per  sec.  from  the  smaller  and  larger  couple,  respectively.  We  have  no 
da(a  on  the  degree  of  thermal  contact  secured  between  the  couples 
and  the  burning  cigar,  but  if  we  assume  the  same  degree  of  contact  for 
each  couple,  in  view  of  the  fact  that  heat  transfer  between  small  wires 
and  a  gas  is  practically  independent  of  the  diameters  of  the  wires,  we 
find  that  the  lowering  of  the  temperature  of  the  larger  couple  should  be 
approximately  three  times  that  of  the  smaller  couple.  If,  on  the  other 
hand,  we  assume  solid  contact  between  the  couple  and  the  coal,  the 
heat  transfer  would  be  proportional  to  the  surface  areas  of  the  wires 
and  we  find  that  the  lowering  of  temperature  of  the  larger  couple  is 
twice  that  of  the  smaller  couple.  If  this  lowering  of  temperature  were 
appreciable  one  would  expect  to  note  its  effects  on  the  temperatures 
indicated  by  the  two  sizes  of  couples  employed. 

The  authors  agree  with  Doctor  White  in  his  explanation  of  the 
cause  of  the  sharp  gradient  ahead  of  the  coal.  An  examination  of  a 
section  of  a  partly  burned  cigar  shows  that  the  tobacco  is  dried  out  for 
only  a  short  distance  ahead  of  the  coal. 

•  Received  Jaa.  20,  1920.        liqt-'cd  ydOOglC 
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Application  of  PyrometTy  to  the  Manufacture  of  Gas-mask  Carbon 

BY  KIRTLANS  HARSH,*  B.   S.,   NEW  KENBIKQTON,   PA. 
(Chiofo  Meetim.  Soptembar.  1616) 

The  manufacture  of  gas  masks  by  the  Chemical  Warfare  Service, 
U.  S.  A.,  required  preparation  of  the  carbon  used  in  the  canisters.  The 
largest  plant  for  the  production  of  this  carbon  was  situated  at  the  works 
of  the  Astoria  Light,  Heat  and  Power  Co.,  at  Astoria,  N.  Y.;  this  paper 
will  deal'  with  the  pyrometry  equipment  at  that  plant. 

Commercial  charcoal  was  found  unBuitable  for  use  in  gas  masks 
because  of  its  low  power  of  absorption  and  its  poor  resistance  to  abrasion. 
The  best  raw  material  for  the  production  of  carbon  was  found  to  be  coco- 
nut shells,  but  any  kind  of  nut  shells  or  fruit  pits  were  used  when  sufficient 
quantities  of  coconut  shells  could  not  be  obtained.  The  shells  were 
first  carbonized  in  retorts,  the  carbon  was  then  crushed  and  screened 
between  8  and  16  mesh,  and  finally  submitted  to  a  special  heat-treat- 
ment in  air;  steam  treatment  was  later  substituted  for  treatment  in  air. 
The  production  of  gas-mask  carbon  on  a  commercial  scale  was  begun 
at  Astoria  about  Aug.  1,  1917. 

Temperature  control  was  essential  during  the  initial  carbonization 
of  the  she  -a,  as  well  as  during  the  air  or  steam  treatment,  and  pyrometers 
were  installed  for  this  purpose.  The  installation  and  maintenance  of  all 
pyrometry  equipment  was  done  by  the  pyrometry  department,  consisting 
of  an  officer  in  charge,  an  asaiatant,  and  two  men.  A  special  pyrometry- 
laboratory  was  maintained  in  which  all  repairs  were  made. 

Tbmperatcrb  Control  in  the  Rstobts 

The  initial  carbonization  of  the  raw  material  was  accomplished  in 
horizontal  retorts,  formerly  used  for  the  production  of  coal  gas.  These 
retorts,  of  semi-elliptical  cross-section,  were  20  ft.  (6  m.)  long,  2  ft.  (60 
cm.)  wide  and  18  in.  (46  cm.)  high;  they  were  arranged  in  banks  of 
two  rows  of  four  retorts  each,  one  above  the  other;  four  banks  constituted 
a  bench.  Every  retort  had  a  door  at  each  end,  opening  to  the  full  size 
of  the  cross-section  of  the  retort,  which  was  clamped  shut  except  during 

*  Pyrometric  Engineer,  Aluminum  Co.  of  America;  formerly  offioer  in  oha^e, 
Pyrometry  Department,  Astoria  Detachment,  Chemical  Warfare  Service,  U.  S.  A. 

>  For  further  details  as  to  the  manufacturing  procew,  see  Contributions  from 
the  Chemical  Warfare  Service     Irtd.  and  Eng.  Chan.,  1919. 
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chargiDg,  drawing,  or  raking  the  charge.  The  retorts  were  heated  to 
about  900°  C.  by  hot  gasea  coming  from  coke  fires  at  each  end  of  the  bank 
and  passing  throug)i  flues  around  the  retorts.  The  retort  was  charged 
by  buckets  about  10  ft.  (3  m.)  long  on  the  travelii^  boom  of  a  charging 
machine,  one  at  each  end  of  the  retorts.  The  charge  was  pushed  out  by 
a  semi-elliptical  plate,  a  little  smaller  than  the  cross-section  of  the  retort, 
on  the  end  of  the  traveling  boom  of  a  drawing  machine  which  traveled 
on  tracks  at  one  end  of  the  retorts.  The  plate  was  pushed  through  the 
retort  from  end  to  end,  forcing  the  carbon  out  into  a  chute  leading  to 
small  hopper  cars  (Fig.  1). 


FiQ.  1. — Retorts,  bhowino  i  retokt  beinq  drawn  bt  the  discharoino  uachwb. 

This  method  of  charging  and  drawing  obviously  prohibited  the  in- 
stallation of  any  permanent  thermocouple  in  the  retorts.  Thermocouples 
which  could  be  removed  during  the  charging  and  drawing  might  have 
been  used,  but  tlie  life  of  a  base-metal  couple,  even  in  a  protecting  sheath, 
would  have  been  short,  and  a  couple  long  enough  to  reach  to  the  middle 
of  the  retort  would  have  been  awkward  to  handle;  the  expense,  also,  of 
maintaining  a  thermocouple  for  each  retort  would  have  been  excessive. 
Furthermore,  it  was  necessary  to  measure  the  temperature  in  the  flues, 
and  for  that  purpose  a  base-metal  couple  could  not  have  been  used, 
the  temperature  being  about  1200°  C.  The  choice  thus  lay  between 
optical  or  radiation  pyrometers;  a  Leeds  A  Northrup  optical  pyrometer 
was  tested  and  found  to  give  very  satisfactory  results. 
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Readings  of  the  temperatures  in  the  retorta  and  fluea  were  taken  every 
two  hours.  More  frequent  readings  were  unnecessary  because  closer 
temperature  coDtrol  was  not  needed,  in  fact  was  ahnost  impossible,  be- 
cause of  the  slow  change  in  retort  temperature  after  manipulatioo  of  the 
fires. 

Teupbraturg  Control  in  the  Aib-treatgbs 

The  uT'treatei  consisted  of  a  set  of  five  iron  tubes,  set  one  above  the 
other,  at  a  slope  of  about  3°,  in  a  combustion  chamber;  each  tube  was 
12  ft.  (3.6  m.)  long  and  12  in.  (30  cm.)  inside  diameter.  A  10-in,  (25-«in.) 
screw  conveyor  running  the  entire  length  of  the  tube,  tangent  to  the 
bottom,  conveyed  the  carbon  through  the  tube.  The  carbon  was  fed 
into  the  back  end  of  the  upper  tube,  traveled  through  it  and  dropped  into 
the  next  tube,  and  so  on  until  it  was  dischai^ed  into  drums  at  the  end 
of  the  fifth  tube.  The  discharge  end  of  the  air-treaters  is-shown  in  Fig. 
2,  Each  combustion  chamber  contained  two  sets  of  tube?,  heated  by  a 
gas  burner  at  the  bottom  of  the  chamber,  to  a  temperature  of  about 
400"  C. 

The  level  of  the  material  in  the  tube  was  about  4  in.  (10  cm.)  from  the 
bottom,  while  the  free  space  at  the  top  of  the  tube  was  2  in.  In  the 
center  of  this  free  space  was  placed  a  yi-ia-  (12.7-mm.)  wrought-iroa 
pipe  12  ft.  long,  anchored  at  each  end  in  the  head  of  the  tube;  this 
pipe  constituted  the  pyrometer  tube. 

When  these  air-treaters  were  first  built  there  was  only  a  single  com- 
bustion chamber  with  two  sets  of  tubes.  The  temperatures  were  meas- 
ured by  inserting  a  Price,  sheathed-wire,  iron-constantan  thermocouple 
in  the  pyrometer  tube  and  allowing  it  to  remain  until  temperature  equi- 
librium was  established;  the  temperature  was  then  read  from  a  Price 
indicating  pyrometer  and  the  couple  moved  to  the  next  tube. 

Later,  stationary  thermocouples,  6  ft.  (1.8  m.)  long,  made  of  No.  16 
iron  and  constantan  wires,  insulated  with  porcelain  beads,  were  inserted 
in  each  pyrometer  tube.  Similar  couples  in  similar  pyrometer  tubes  were 
placed  in  the  combustion  chambers,  between  the  two  sets  of  reaction 
tubes,  at  four  levels.  The  iron  and  the  constantan  lead  wires  from  the 
thermocouples  were  run  in  a  conduit  to  a  common  junction  box, 
where  they  were  soldered  to  Uie  copper  leads  connected  to  Wilson- 
Maeulen,  two-pole,  rotary  selector  switches  mounted  on  the  box.  Fig. 
2  shows  the  ends  of  the  pyrometer  tubes  projecting  from  the  heads  of  the 
reaction  tubes,  and  the  conduit  running  to  the  common  junction  box. 
In  Fig.  3  can  be  seen  the  lead  wires,  the  common  junction  box,  and  the 
selector  switches.  These  switches  were  all  connected  to  a  Leeds  & 
Northrup  indicating  potentiometer  set  in  the  top  of  the  junction  box. 

As  the  lead  wires  were  of  iron  and  constantan,  the  cold  junc- 
tions of  the  thermocouples  were  actually  at  the  end  of  the  lead  wires  lo 
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the  common  junction  box.  The  first  potentiometer  used  was  equipped 
with  a  hand-operated,  cold-junction  compensator,  making  it  necessary 
to  determine  the  temperature  in  the  common  cold-junction  box  with  a 
thermometer  and  make  the  necessary  adjustment  on  the  potentiometer, 
but  as  the  temperature  in  the  junction  box  changed  very  little  from  hour 
to  hour,  the  adjustment  was  relatively  simple.  Later  a  Leeds  &  Northrup 
potentiometer  was  used  which  was  equipped  with  an  automatic  cold- 
junction  compensating  coil,  which  was  placed  with  the  cold  junctions 
in  the  junction  box. 


At  first,  readings  were  taken  on  all  the  couples  in  the  tubes  and  pom- 
bustion  chambers  every  half  hour,  but  it  was  soon  found  that  the  quality 
of  the  material  bore  a  close  relation  to  the  temperature  in  the  fourth 
tube,  which  was  the  hottest,  and  as  there  was  no  means  for  regulating 
the  temperature  of  each  tube  individually  it  became  a  matter  of  regulat- 
ing the  burners  to  give  the  proper  temperature  in  the  fourth  tube.  As 
there  was  a  fairly  constant  relation  between  the  temperature  of  the  fourth 
tube  and  the  other  tubes  in  the  same  set,  it  was  necessary  to  take  read- 
ings only  on  the  fourth  or  control  tube.    Similarly,  the  reading  of  tem- 
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peratureB  in  the  combustion  chambers  was  reduced  to  one  couple  in  each 
chamber;  occasionally  readings  on  all  the  couples  would  be  made  to  see 
that  the  relation  had  not  changed.  The  temperature  in  the  control 
tube  was  maintained  at  about  400°  C. 


Temperature  Control  in  the  Stbam-treaters 

Research  developed  a  method  of  treating  the  carbon  from  the  retorts 
with  steam,  which  produced  a  material  of  much  better  quality  than  was 
obtained  from  the  air-treatera.  Furnacea  for  treating  carbon  with  steam 
were  designed,  and  the  first  battery  of  10  furnaces  was  put  into  operation 
at  Astoria  early  in  March,  1918. 

The  furnace  consisted  of  a  vertical,  gas-fired  combustion  chamber,  7 
ft.  (2.1  m.)  high  end  27  in.  (68  cm.)  inside  diameter,  surrounding  a 
nichrome  reaction  tube  having  ^-in.  (19-mm.)  walls  and  an  inside 
diameter  of  7  in.  (17,8  cm).  Coal  gas  mixed  with  air  in  Premix  burners 
was  used  as  fuel.  Inside  the  nichrome  reaction  tube  was  a  2-in.  (5- 
cm.)  nichrome  pipe  extending  the  entire  height  of  the  furnace,  and  per- 
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forated  all  around  for  8  in.  (20  cm.)i  at  about  the  level  of  the  center  of 
the  combustion  chamber,  with  Ji-in.  (6-inm.)  holes.  This  nichrome 
pipe  was  essentially  a  steam  jet;  at  first,  steam  was  admitted  at  the 
top,  but  later  at  the  bottom. 

A  charging  valve  at  the  top  of  the  furnace  admitted  the  carbon  be- 
tween the  reaction  tube  and  the  steam  jet,  which  space  was  kept  filled, 
and  a  similar  valve  at  the  bottom  served  to  discharge  the  carbon.  Be- 
tween the  bottom  of  the  reaction  tube  and  the  discharge  valve  a  rotating 
spider  valve  maintained  the  fiow  of  carbon  through  the  tube  at  a  con- 
stant rate. 

Research  had  shown  that  the  best  quality  of  carbon  was  produced 
when  it  was  treated  with  steam  at  a  temperature  of  950°  C,  To  obtun 
this  temperature  in  the  mass  of  charcoal  at  the  level  of  the  steam  orifice, 
and  at  a  point  midway  between  the  steam  pipe  and  the  wall  of  the  reac- 
tion tube,  it  was  necessary  to  maintain  a  temperature  of  about  1150°  C. 
in  the  combustion  chamber  at  a  level  about  27  in.  (68  cm.)  above  the  gas 
burner. 

At  Nela  Park,  Cleveland,  Ohio,  where  the  original  designing  and  test- 
ing of  these  steam-treaters  was  done,  the  temperature  of  the  material 
was  measured  by  a  Price  sheathed-wire,  iron-constantan  thermocouple, 
connected  to  a  Price  indicator.  The  thermocouple  was  introduced  into 
the  material  through  a  horizontal  open-«nd,  nichrome  pyrometer  tube 
screwed  into  the  wall  of  the  reaction  tube.  The  pyrometer  tube  had 
about  I  in.  (25  mm.)  inside  diameter  and  was  surrounded  by  an  open- 
end  iron  tube,  of  3-in.  diameter,  which  extended  from  the  reaction  tube  to 
the  outside  of  the  furnace;  this  provided  an  air  space  around  the  pyrome- 
ter tube  where  it  passed  through  the  combustion  chamber  and  kept  it 
cooler,  thereby  adding  to  the  life  of  the  thermocouple.  As  the  pyrome- 
ter tube  was  open  at  the  inner  end,  a  packing  gland  was  required  around 
the  thermocouple,  where  it  protruded  from  the  outer  end  of  the  pyrome- 
ter tube,  to  prevent  the  pressure  within  the  reaction  tube  from  blowing 
the  carbon  out  through  the  pyrometer  tube.  The  hot  junction  of  the 
thermocouple  was  in  direct  contact  with  the  carbon  and  the  steam  which, 
at  this  temperature,  would  be  decomposed  into  oxygen  and  hydrogen. 
Under  these  conditions,  the  hfc  of  a  thermocouple  was  about  four  days. 
To  replace  a  thermocouple  it  was  necessary  to  shut  off  the  steam  to  pre- 
vent the  carbon  from  blowing  out  through  the  pyrometer  tube  when  the 
old  thermocouple  was  removed;  even  with  the  steam  shut  down,  some 
carbon  followed  the  thermocouple  into  the  pyrometer  tube  and  rendered 
the  insertion  of  another  thermocouple  very  difficult. 

When  a  production  unit  of  ten  of  these  furnaces,  to  be  erected  at 
Astoria,  was  being  designed,  it  was  decided  that  a  pyrometer  tube  closed 
at  its  inner  end  would  be  best.  The  danger  of  burning  out  the  reaction 
tube,  if  the  flow  of  steam  was  interrupted  for  any  length  of  time,  often  made 
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it  necessary  to  shut  ofT  the  gas  when  a  base-metal  couple  in  an  open-4'nd 
pyrometer  tube  was  being  changed.  The  short  life  of  a  base-metal  couple 
at  the  temperature  encountered  in  the  combustion  chamber  through 
which  it  passed  promised  to  be  a  source  of  great  expense.  A  base-metal 
couple  of  other  materials  than  iron  and  constantan,  such  as  nickel  and 
nichrome,  would  probably  have  given  good  service  even  at  these  tem- 
peratures if  used  inter  mi  ttently,  but  for  continuous  use  even  such  couples 
would  undoubtedly  require  frequent  changing.  For  these  reasons  it 
was  decided  to  use  a  thermocouple  of  platinum  and  platinum  plus  10 


FlO.  4.— StBAM-TREATEBS,  SHOWINQ  PsElinC  BURNERS,  PTROMKTBRTOBBS,CO»MKC- 
TION  BOXXS,  COUPBNBATINO  COUPLES,  AND  COLD-JDNCTION  WBLLS.  TtpICAI,  OF  nRST 
POHTT  STEAU-TREATERS  ERBCTKD. 

per  cent,  rhodium,  protected  by  a  glazed,  ceramic,  pyrometer  tube  inside 
of  a  cloeed-eod  nichrome  tube  screwed  into  the  wall  of  the  reaction  cham- 
ber. The  nichrome  pyrometer  tube  was  turned  down  to  a  wall  thickness 
of  about  J^-in.  (3  mm.)  and  was  so  placed  in  the  furnace  that  the  hot 
junction  of  the  platinum  thermocouple  would  be  midway  between  the 
steam  jet  and  the  reaction  tube. 

On  the  outer  end  of  the  pyrometer  tube  was  attached  a  stamped- 
ateel  zone  box,  4  by  4  by  3  in.  (10  by  10  by  7.6  cm.)  provided  with  a 
hinged  cover  and  a  lock.  On  the  inside  of  the  zone  box  was  a  small 
asbestos  block  on  which  were  mounted  three  binding  posts.     The  cold  ends 
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of  the  thermocouple,  the  ends  of  an  auxiliary  couple,  and  the  lead  wires 
to  the  measuring  instrument  were  connected  to  these  three  binding  posts 
in  such  a  way  that  the  platinum  thermocouple,  the  auxiliary  couple,  and 
the  lead  wires  were  in  series.  The  auxiliary  couple  was  made  of  Wilson- 
MaeuleQ  compensating  wire,  which,  within  the  limits  of  temperature 
encountered  at  the  cold  junction  of  a  thermocouple,  has  the  same  thermo- 
electric characteristics  as  the  platinum  thermocouple.  By  using  this 
auxiUary  couple,  the  cold  junction  of  the  platinum  thermocouple  was  re- 
moved from  a  position  of  varying  temperature,  at  the  end  of  the 
pyrometer  tube,  to  one  of  constant  temperature  in  a  well  in  a  pipe 
through  which  tap  water  was  circulating,  the  soldered  ends  of  the  auxil- 
iary couple  being  buried  in  this  well.    The  genera)  arrangement  of  Pre- 


Fio.  5. — Thbrhococfle  cohnkption  box  on  steam -trbaters,  showinq  details 
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WELL. 

mix  burners,  zone  box,  and  cold-junction  welb  can  be  seen  in  Fig.  4,  and 
the  details  of  the  zone  box,  auxihary  couple,  and  cold-junction  well  in 
Fig.  5.  In  each  cold-junction  well,  with  the  junction  of  the  auxiliary 
couple,  was  placed  a  small  glass  tube  into  which  a  thermometer  could 
be  put;  this  tube  and  the  auxihary  couple  were  sealed  in  the  well  with 
paraffin.  It  was  found  that  wiUi  a  moderate  flow  of  water  through  the 
wells,  the  cold-junction  temperature  varied  only  1°  or  2°  F.  from 
day  to  day. 

The  lead  wires  from  the  zone  box  to  the  instrument  were  of  copper  and 
were  run  in  conduit  to  a  switch  box  located  in  front  of  the  measuring 
instrument  which,  in  this  case,  was  a  Leeds  &  Northrup  recording  poten- 
tiometer. In  the  switch  box  was  a  push-button  switch  for  each  thermo- 
couple, so  arranged  that  the  thermocouple  was  normally  connected  to  the 
recorder,  but  upon  the  depression  of  the  button  the  thermocouple  would 
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be  diaconnccted  from  the  recorder  and  coDnected  to  an  indicator.  This 
was  to  permit  checking  of  the  recorder  against  an  indicator  or  reading  of 
the  furnace  temperature  at  any  time  the  recorder  was  not  in  operation. 
The  recorder  was  placed  in  the  furnace  room  so  that  the  operators 
could  follow  the  temperature  record  and  adjust  the  burners  accordingly. 
It  rested  on  a  stand  attached  to  a  turntable  made  of  two  4rin.  pipe  flanges 
connected  by  a  6-in.  nipple,  the  bottom  flange  being  bolted  down  to  a  solid 
brick  pier.  The  recorders  were  enclosed  in  a  wooden  cabinet  supported 
independently  of  the  recordera  and  their  supports.  The  outside  of  this 
case  was  flush  with  the  wall  of  the  furnace  room  and  was  provided  with  a 
window,  while  the  side  within  the  office  had  a  door  through  which  the 


Fio.  6. — Recormnq  ptboubtek  as  aEEO  f 
&  Northrop  recordino  fotentiohetes  in  ti 
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recorder  could  be  cleaned;  thus  the  instrument  was  protected  from  the 
carbon-laden  atmosphere  of  the  furnace  room  while  it  was  being  cleaned 
or  adjusted.  The  exterior  of  the  case,  the  push-button  switches,  and  the 
indicating  potentiometer  for  checking  the  recorder  are  shown  in  Fig.  6. 
There  was  one  recorder  for  each  battery  of  10  furnaces  and  the  tempera- 
ture of  each  furnace  was  recorded  every  10  minutes. 

In  two  furnaces,  Price  sheathed-wire  thermocouples  were  placed  diag- 
onally opposite  the  platinum  couple,  and  at  the  same  level,  to  compare 
the  indications  by  the  two  systems.  At  times  the  two  couples  agreed 
fairly  well,  but  at  other  times  wide  variations  were  observed  Wide 
and  sudden  fluctuations  of  temperature  were  occasionally  indicated  by 
both  thcrmocoiipl(« ;  at  one  time  the  temperature,  which  had  been  steady 
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for  some  time,  was  observed  suddenly  to  rise  100°  C,  and  even  more 
suddenly  drop  200°,  after  whicli  it  slowly  rose  to  normal.  This  was 
caused  by  the  fonnation  of  a  gas  pocket  around  the  pyrometer  tube, 
followed  by  an  increase  of  temperature  within  the  pocket,  due  to  the 
absence  of  carbon  to  absorb  the  heat.  When  the  pocket  broke,  a  mass 
of  cooler  carbon  filled  the  space,  and  slowly  assumed  the  normal  tem- 
perature at  that  level.  It  was  thug  seen  that  accurate  temperature 
control,  which  was  necessary  because  the  nichrome  tube  was  being  used  at 
a  temperature  very  near  its  softening  point,  could  not  be  maintained. 

A  test  to  determine  the  horieontal  temperature  gradient  between 
the  wall  of  the  reaction  tube  and  the  steam  jet,  at  the  level  of  the  pyro- 
meter tube,  showed  a  difference  in  temperature  varying  from  150°  to  200° 
C,  the  distance  between  these  two  points  being  about  2j^  in.  (54  mm.)- 
This  showed  why  the  platinum  and  the  base-metal  couples  in  the  same 
furnace  had  not  agreed  more  closely;  under  the  conditions  noted  above, 
the  possible  error  in  measuring  tcmperaturea  could  not  safely  be  esti- 
mated at  less  than  plus  or  minus  50°  C. 

After  the  above  tests  had  been  made,  the  idea  of  measuring  tempera- 
ture within  the  reaction  tube  was  abandoned.  The  thermocouples  were 
removed  from  the  reaction  tube  and  placed  in  closed-end  nichrome  pyro- 
meter tubes  in  the  combustion  chamber,  at  the  same  level  as  before; 
the  end  of  the  tube  was  %  in.  (19  mm.)  from  the  reaction  tube,  which 
point  was  found  to  be  the  hottest  at  that  level.  To  determine 
whether  the  pyrometers  were  at  the  best  level  in  the  combustion 
chamber,  similar  thermocouples  in  protection  tubes  were  placed  at  two 
levels  above  and  at  one  level  below  the  regular  thermocouple.  These 
three  extra  couples  were  connected  to  the  recorder  for  about  12  hr. 
Examination  of  the  records  showed  that  the  nearer  the  couple  was  to  the 
burner,  the  wider  were  the  temperature  fluctuations.  The  records 
showed  little  difference  in  sensitivity  to  temperature  changes,  i.e.,  a  change 
indicated  by  the  couple  lowest  in  the  furnace  would  be  indicated  at  the 
same  time  by  the  couple  at  the  highest  level.  The  selection  of  the  best 
level  thus  became  a  compromise,  for  the  lower  the  couple  was  placed  the 
h^her  was  the  temperature  to  which  the  nichrome  pyrometer  tube  was 
subjected,  and  the  higher  the  couple  the  less  marked  were  the  changes 
in  temperature.  It  was  decided  that  the  level  at  which  the  couples  were 
already  installed  was  as  satisfactory  as  any. 

This  method  of  temperature  control,  i.e.,  a  platinum  thermocouple 
in  the  combustion  chamber,  was  adopted  for  four  batteries  of  10  furnaces. 
Sixty  more  of  these  furnaces  were  built  in  batteries  of  10  furnaces  each, 
but  as  Leeds  &  Northrup  recording  potentiometers  could  not  be  dehvered 
until  long  after  the  furnaces  were  scheduled  to  be  put  in  operation,  another 
system,  known  as  central-station  temperature  and  signal  control,  was 
installed. 
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The  thermocouples,  protection  tubes,  zone  boxes,  and  cold-juDcU<»i 
compensating  couples  were  installed  as  on  the  original  40  furnaces.  The 
leads  from  the  10  thermocouples  in  each  battery  were  connected  to  a  cable 
through  copper  strips  mounted  in  a  terminal  box  on  the  end  of  the  batterj-, 
the  cable  connecting  with  a  central  switchboard  in  the  administratioti 
office.  The  switchboard,  with  a  capacity  for  24  thermocouples,  coneiflted 
of  a  horizontal  and  a  vertical  section.  The  cables  connected  to  the  th»- 
mocouples  on  two  batteries  were  fanned  out  to  double-pole  switches 
mounted  on  the  horizontal  section  of  the  switchboard;  these  switches 
were  connected  to  a  Leeds  &  Northrup  indicating  potentiometer,  equipped 
with  a  hand-operated  cold-junction  compensator.     On  the  vertical  section 
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of  the  switchboard  were  24  seta  of  three  signal-lamp  switches,  each 
having  a  small  telephone  pilot  lamp  over  it.  The  signal-lamp  switches 
and  pilot  lamps  of  each  set  were  in  series  with  three  signal  lamps  mounted 
over  the  burner  of  each  furnace.  A  cable  connected  the  signal  switches 
and  pilot  lamps  on  the  switchboard  to  a  terminal  box  on  the  end  of  each 
battery,  from  which  circuits  were  run  to  the  three  signal  lamps  on  each 
furnace,  seen  at  the  top  of  Fig.  7.  The  signal  lam[«  on  the  furnace  were 
red,  white,  and  green,  respectively,  and  the  switchboard  pilot  lamp  in 
series  with  each  of  tbcm  was  the  same  color. 

The  tempprature  of  each  of  the  20  furnaces  connected  to  one  switch- 
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board  was  read  every  10  min.  and  recorded  every  20  min.  by  an  operator, 
who  set  the  colored  signals  according  to  the  following  schedule: 

1183°  or  higher white,  red  and  green 

1166*  to  1183° red 

1158°  to  1166° red  and  white 

1142°  to  1158' white 

1134°  to  1142° white  and  green 

Below  1134° green 

By  watching  the  colored  signals  over  each  furnace,  the  operator 
could  adjust  his  burners;  the  officer  in  charge  also  could  tell  at  a  glance 
the  temperature  of  each  furnace.  As  the  pilot  lamps  on  the  switchboard 
were  in  serira  with  the  signal  lamps  on  the  furnaces,  neither  lamp  could 
burn  out  without  being  observed  at  once.  Beside  each  switchboard  was 
a  telautograph  instrument  through  which  information  or  instructions 
could  be  transmitted  in  writing  from  the  switchboard  operator  to  the 
burner  operator,  or  vice  versa.  In  case  of  damage  to  the  switchboard, 
it  was  possible  to  read  the  temperature  of  the  furnaces  by  connecting  a 
potentiometer  to  the  leads  from  each  thermocouple  at  the  terminal  box 
on  the  end  of  the  battery.  The  success  of  this  installation  was  never 
demonstrated  because  the  furnaces  were  operated  for  only  a  short  time 
after  the  signing  of  the  armistice. 

Temperature  Control  in  Tbchnical  Development 
Laboratory 

la  the  technical  development  laboratory  were  full-size  steam-treaters 
for  experimental  purposes,  small  electric-furnace  steam-treaters,  several 
sizes  of  experimental  retorts,  and  other  miscellaneous  furnaces  for  research 
work.  In  most  of  these  furnaces,  control  was  maintained  by  measure- 
ments of  temperature  in,the  combustion  chamber,  by  platinum  couples 
connected  to  a  Leeds  4  Northrup  indicating  potentiometer  through 
selector  switches. 

For  measuring  temperature  in  the  mass  of  material  in  a  steam-treater, 
retort,  or  other  furnace,  Wilson-Maeulen  sheathed-wire  iron-constantan 
thermocouples  (known  by  the  trade  name  "Pyod")  were  used,  in  cotmec- 
ti.on  with  a  Wilson-Maeulen  or  a  Price  indicating  pyrometer  (millivolt- 
meter),  or  a  Leeds  &  Northrup  potentiometer.  In  the  case  of  permanent 
installations,  iron  and  coustantan  lead  wires  transferred  the  cold  junction 
of  the  thermocouple  to  a  water-cooled  well  similar  to  those  used  for  the 
platinum  couples.  For  temporary  installations,  as  in  short  tests  of 
temperature  gradient,  the  compensating  lead  wires  were  connected 
directly  to  the  binding  posts  of  the  instrument,  at  which  point  the  cold- 
junction  temperature  was  read  with  a  mercury  thermometer. 
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These  pyods  were  used  in  direct  contact  with  carbon  at  temperatures 
aa  high  as  950°  C,  and  although  the  life  of  the  couples  was  short,  they 
gave  very  satisfactory  results  and  maintained  their  calibration  closely 
until  burned  out;  this  fact  was  established  by  repeated  recalibration. 
On  several  occasions  these  couples  satisfactorily  measured  the  tempera- 
ture of  a  mass  of  carbon  as  high  as  1200°  C. 

Types  or  Fvroueter  Tubes  Employed 

For  the  primary  protection  tubes  of  platinum  thermocouples,  alundum, 
impervite,  and  usaUte  were  all  used;  the  choice  depended  principally  on 
the  deliveries  that  could  be  obtained  and  on  the  dimensions  of  the  avail- 
able tubes,  for  all  three  materials  gave  good  service.  For  the  secondary 
protection  tubes,  nichrome  was  most  frequently  used,  but  some  alundum 
and  some  impervite  tubes  were  employed.  In  the  first  steam-treater 
installation,  in  which  the  secondary  protection  tube  was  screwed  into 
the  reaction  tube,  nichrome  was  used  from  necessity.  After  measurements 
of  combustion-chamber  temperature  were  adopted  for  control,  nichrome 
protection  tubes  were  still  employed  because  they  were  not  fragile,  but  ' 
some  alundum  and  some  impervite  tubes  were  tested  and  were  found  to 
protect  the  primary  protection  tube  and  the  platinum  thermocouple 
better  than  the  nichrome  tube.  A  primary  tube  protected  by  an  alundum 
or  impervite  secondary  tube,  in  use  for  two  months,  remained  in  better 
condition  than  one  protected  by  a  nichrome  tube,  used  for  the  same 
length  of  time.  It  is  probable  that  when  it  became  necessary  to  replace 
the  nichrome  protection  tubes,  alundum  or  impervite  would  have  been 
selected.  Tubes  of  these  materials  were  never  known  to  soften  at  the 
temperatures  encountered  in  the  furnaces,  as  the  nichrome  tubes  some- 
times did. 

Checking,  Calibhation,  and  Maintenance  op  Pyrometers 
Thermoelectric  Pyrometers 

Recording  pyrometers  were  inspected  and  checked  against  an  indi- 
cating potentiometer  once  or  twice  a  day.  All  platinum  thermocouples, 
ceramic  protection  tubes,  and  pyrometer  connections  were  inspected 
daily.  AH  base-metal  couples,  their  connections,  and  the  indicators  and 
switches  in  circuit  with  them,  were  inspected  daily.  Optical  pyrometers 
were  inspected  two  or  three  times  a  week;  more  frequent  inspection  was 
unnecessary  because  when  anything  was  out  of  order  in  these  instruments, 
it  was  immediately  apparent. 

The -iron-constantan  thermocouples  in  the  air-treaters  were  checked 
by  recalibration  in  an  electric  furnace  in  the  laboratory  or,  in  place,  b}' 
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a  standiU'd  base-metal  thermocouple  inserted  in  the  same  furnace  tube 
and  to  the  same  depth  as  the  couple  to  be  calibrated.  Readings  of  the 
temperature  indicated  by  the  standard  couple  on  a  laboratory  potentio- 
meter were  compared  with  the  readings  on  the  plant  instrument  of  the 
temperature  indicated  by  the  couple  being  checked. 

The  platinum  thermocouples  used  in  the  steam-treatcrs  were  removed 
from  the  furnaces  periodically  and  taken  to  the  laboratory  for  checking. 
The  thermocouple,  stripped  of  its  porcelain  two-bore  insulation,  was  first 
annealed  at  a  temperature  of  about  1400°  C.  for  10  min.  by  passing  electric 
current  through  it.  The  couple  was  then  tested  for  homogeneity  by 
exploring  the  platinum  and  the  platinum-rhodium  elements  with  un- 
contaminated  wiree  of  the  same  materials.  In  this  operation  one  element 
of  the  thermocouple  and  a  pure  wire  of  the  same  material  were  cod> 
nected  to  a  galvanometer,  and  the  two  wires  were  brought  into  contact 
in  the  oxidizing  Same  of  a  Bunsen  burner;  any  inhomogeneity  was  in- 
dicated by  a  deflection  of  the  galvanometer.  After  the  entire  length  of 
one  element  of  the  couple  had  been  tested  in  this  manner  the  other  ele- 
ment was  tested  in  the  same  way.  Any  inhomogeneous  spots  in  the 
thermocouple,  located  by  this  test  for  homogeneity,  were  removed  by 
further  annealing;  or  if,  after  reannealing  for  30  to  40  min.,  the  spots 
were  not  rendered  homogeneous  the  affected  section  of  the  couple  was 
cut  out  and  the  two  ends  welded  together  in  an  oxy-gas  flame.  In  only 
a  very  few  cases  was  it  necessary  to  cut  out  any  part  of  the  couples. 
When  it  was  ascertained  that  the  elements  of  the  couple  were  in  good  con- 
dition, it  was  threaded  in  four-bore  insulation,  together  with  a  standard 
platinum  couple,  and  placed  in  a  pyrometer  tube  suspended  in  a  vertical, 
electric,  checking  furnace.  The  cold  ends  of  both  couples  were  immersed 
in  mercury  wells  in  a  cold-junction  box,  with  a  thermometer.  Copper 
leads  connected  the  mercury  wells  with  a  Leeds  &  Northrup  indicating 
potentiometer,  through  a  Wilson-Maeulen  selector  switch.  Readings  at 
equal  intervals  of  time,  generally  every  30  sec,  were  taken  alternately 
on  the  standard  couple  and  on  the  couple  being  checked  until  a  constant 
difference  between  the  readings  of  the  two  couples  was  obtained.  From 
the  time-temperature  curves  plotted  from  these  readings  the  actual  differ- 
ence in  the  indications  of  the  two  couples  could  be  determined.  This 
method  of  taking  readings  at  equal  intervals  of  time  eliminated  the  neces- 
sity of  waiting  for  an  absolutely  constant  temperature  in  the  furnace, 
although  the  more  nearly  constant  the  temperature  the  better  the  results. 
A  steady  rising  or  falling  temperature  is  more  satisfactory  than  a  fluctuat- 
ing temperature. 

So  long  as  the  couples  remained  in  good  condition  and  showed  no 
indications  of  inhomogeneity,  the  above  method  of  calibration  was  satis-  ■ 
factory,  but  as  the  couples  deteriorated  and  the  calibration  changed  it 
was  planned  to  calibrate  them  under  working  conditions.     For  this  pur- 
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pose,  ftlundum  secondary  and  primary  protection  tubes  were  mouoted  io 
one  of  the  steam-treaters,  at  the  same  level  and  insertfid  to  the  aame 
depth  as  the  regular  control  couple.  The  standard  couple  and  the 
couple  to  be  calibrated  would  then  be  inserted  in  the  tube,  and  readings 
would  be  taken  as  just  described.  In  this  method  of  calibration,  the 
efFectfi  of  any  deterioration  in  the  couple  would  be  the  same  as  when 
the  couple  was  in  use,  because  the  temperature  gradient  along  the  caUbrat- 
iug  tube  was  the  same.  The  need  of  such  a  method  of  caUbration  had 
not  been  felt  up  to  the  time  that  the  furnaces  were  abut  down  on  Dec.  31, 
1918. 

Of  98  platinum  thermocouples  installed,  only  three  were  destroyed  in 
use.  The  readings  from  these  three  couples  indicated  that  something 
was  wrong,  and  upon  investigation  it  was  found  that  for  a  distance  of 
10  in.  (25  cm,)  from  the  hot  end  both  elements  of  the  couple  were  cr^tal- 
Uzed  to  such  an  extent  that  they  crumbled  when  handled.  A  superficial 
examination  of  the  alundum  protection  tube  disclosed  nothing  unusual, 
and  the  cause  of  crystalhzation  was  never  ascertained.  This  occurred 
about  three  weeks  after  they  were  put  in  service. 

A  complete  record  of  each  platinum  thermocouple  was  kept  on  a 
card  showing  the  date  of  purchase,  order  number,  from  whom  purchased, 
original  weight  and  length  of  each  element,  original  weight  of  the  couple, 
and  the  original  calibration  readings.  Every  time  its  couple  was  cali- 
brated, a  record  was  made  of  the  date,  weight  of  the  couple,  length  of  the 
elements,  condition  when  removed,  calibration  data,  and  notes  on  any 
alterations.  The  following  data  are  quoted  from  a  report  submitted  by 
P.  H.  Walker,  assistant  to  the  officer  in  charge  of  the  pyrometry  depart- 
ment, after  all  the  furnaces  were  shut  down  and  the  couples  assembled  in 
the  laboratory. 

QUHB 

Total  stock  received 830.  UM 

Platinum  and  platinum-rhodium  iaventoried; 

Thennocouplee 806.6714 

Swaps 11 .7981 

Unused  platinum  wire 3. 1080 

Unused  platinum-rhodium  wire 6 .  1400 

Total  Bccounted  for 828.7176 

Loss  in  use 3.3059 

The  average  length  of  time  that  these  couples  were  in  use  was  proba- 
bly about  six  months,  which  plac^  the  platinum  loss  at  about  0.S2 
per  cent,  per  year. 

Optical  Pyrometers 

Optical  pyrometers  were  checked  in  the  laboratory,  sometimes  by 
comparison  with  one  another,  but  generally  by  observations  on  a  heated 
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body,  in  an  electric  furnace,  the  temperature  of  which  was  measured  by 
means  of  a  platinum  thermocouple. 

When  comparing  one  optical  pyrometer  with  another,  the  milli- 
ammeters  were  first  tested  by  connecting  them  in  series  and  observing 
whether  both  indicated  the  same  current;  it  was  found  that  these  instru- 
ments retained  their  caUbration  very  well.  The  two  tele^scopea  were  then 
mounted  horisontally  on  a  rack  so  arranged  that  after  one  telescope  had 
been  sighted  on  the  object  the  second  telescope  could  be  sighted  on  the 
same  object  by  moving  the  raek  through  a  small  horizontal  angle.  By 
malung  observations  with  alternate  instruments  at  equal  intervals  of 
time,  readiBgs  could  be  obtained  for  time-temperature  curves,  from  which 
the  relation  of  the  two  instruments  could  be  determined. 

A  precise  calibration  could  be  made  by  measuring  the  temperature 
of  the  object  sighted  upon,  with  a  platinum  thermocouple  connected  to  a 
potentiometer.  In  this  operation,  care  should  be  taken  to  secure  as 
nearly  black-body  conditions  as  possible  or  conditions  similar  to  those 
under  which  the  instrument  is  regularly  employed. 

DISCUSSION 

R.  W.  Newcoub,  New  York,  N,  Y.  (written  discussion*). — This 
paper  is  particularly  interesting  to  me,  because  it  gives  data  on  a  much 
mooted  question,  viz.,  the  serviceability  of  Le  Chateher  fplatinum- 
platinum-rhodium)  thermocouples  under  severe  industrial  conditions. 
It  has  always  been  supposed  that  platinum-platinum-rhodium  thermo- 
couples, used  at  high  temperatures  under  strong  reducing  conditions, 
would  not  give  long  service  and  were  subject  to  rapid  volatilization. 
The  fact,  however,  that  the  carefully  kept  records  indicate  that  a 
little  more  than  3  gm.  out  of  more  than  830  gm.  was  lost  over  this 
considerable  period,  shows  what  kind  of  service  can  be  obtuned  from 
platinum-platinum-rhodium  thermocouples,  when  properly  installed, 
and  well  cared  for. 

While  the  writer  has  no  actual  ^ures  on  the  loss  of  weight,  etc.  of 
platinum-platinum-rhodium  thermocouples  under  service,  he  was  told, 
by  the  man  in  charge  of  pyrometers  at  a  large  industrial  plant  in  which 
over  400  platinum-platinum-rhodium  thermocouples  were  installed  in 
furnaces  doing  various  kinds  of  heat-treating  work,  that  the  average 
maintenance  cost,  for  materials  alone,  including  platinum-platinum- 
rhodium  wires  and  protecting  tubes,  was  27  c.  per  furnace,  per  month. 

Cahleton  W,  Hubbard,  Greenwich,  Conn,  (written  discussiont). — 
It  has  been  my  experience  that  there  is  a  considerable  difference  in  the 
serviceability  and  accuracy  of  platinum  thermocouples.    I  believe  it  is 

*  Received  Oct.  15,  1919.  t  Received  Oct.  21,  1919. 
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said  that  this  serviceability  depends  on  several  factors  aside  from  the 
matter  of  the  protection  of  the  thermoelement  vires.  In  view  <tf  the 
unusually  good  results  described  in  the  paper,  from  the  use  of  thenno- 
couples  under  conditions  that  can  be  considered  as  severe,  it  would  be  of 
value  if  the  author  could  identify  the  manufacturer  supplying  the  thermo- 
couples he  used  while  collecting  his  data. 

KiRTLAND  Marsh  (author's  reply  to  discussion*). — All  the  platinum- 
platinum  plus  10  per  cent,  rhodium  thermocouples  used  at  the  Astoria 
Detachment  C.  W,  S,,  U.  S.  A.,  were  purchased  from  Charles  Engelhard 
in  the  form  of  wire  0.5  mm.  in  diameter,  at  different  times  from  Nov 
5, 1917,  to  Aug,  13, 1918.  After  the  wire  was  received  at  the  laborator>', 
it  was  cut  into  the  required  lengths  and.  the  different  elements  were 
welded  in  an  oxy-gas  flame.  After  the  thermocouples  were  made  up, 
they  were  annealed  and  calibrated  by  comparison  with  a  standard  to 
see  that  they  agreed  with  the  standard.  All  the  platinum-rhodium 
thermocouples  made  up  at  this  laboratory  from  the  Engelhard  wire 
agreed  with  the  standard  within  plus  or  minus  3°  C.  at  1000°  C. 
*  Received  Deo.  26,  1919. 
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Teaching  Pyrometiy  in  Our  Technical  Schools 

BY  OBOBOII  V.  WINDILL,*  PB.    D.,  NSW  TOBK,  N.  T. 
(Chieaca  UMUnc.  Scptombsr.  ISIS) 

Thx  fact  that  a  symposium  on  pyrometiy  is  being  held  under  the 
aufipiceB  of  the  American  Institute  of  Mining  and  Metallurgical  Engineers 
may  very  properly  be  taken  aB  a  recognition  of  the  importance  of 
temperature  measurements  an^  control  in  production  and  in  the  indus- 
tries, and  of  the  need  for  instruction  in  pyrometry  in  our  schools  of  engi- 
neering. Though  there  may  be  general  agreement  as  to  the  need  of 
some  instruction  along  this  line,  there  will  undoubtedly  be  divergence  of 
opinion  as  to  the  amount  of  time  that  can  be  allowed  to  such  instruction, 
as  well  as  to  its  character.  Those  who  have  given  httle  attention  to  the 
complexity  of  high-temperature  measurements  will  be  apt  to  think  that  a 
few  simple  experiments  are  all  that  is  required.  They  fail  to  distinguish 
between  the  artisan,  who  merely  has  to  learn  how  to  use  any  piece  of 
apparatus  that  is  installed,  and  the  technically  trained  man,  who  must 
be  prepared  to  assume  the  responsibility  for  the  supervision  and  main- 
tenance of  the  pyrometric  equipment,  for  the  caUbration  of  the  instruments, 
and  for  the  solution  of  any  temperature  problems  that  arise. 

In  approaching  this  subject  two  questions  present  themselves:  What 
should  be  the  character  of  the  instruction  in  pyrometry  in  an  engineer- 
ing school,  and  what  can  be  expected  of  the  students  who  have  had  this 
instruction?  In  brief,  it  may  be  said  that  the  aims  of  a  course  in  pyrome- 
try should  be  to  give:  (1)  A  thorough  grounding  in  the  fundamental 
principles  of  thermoelectric,  resistance,  radiation,  and  optical  pyrometry, 
and  of  liquid  and  gas  thermometry;  (2)  practical  instruction  in  the 
caUbration  of  pyrometers;  (3)  acquaintance  with  the  errors  that  are 
Ukety  to  arise  and  the  precautions  that  must  be  observed  in  practice; 
(4)  information  regarding  the  limitations  of  the  various  classes  of  instru- 
ments, their  relative  reliabihty,  and  the  accuracy  attainable  with  them  at 
different  temperatures;  (5)  acquaintance  with  the  commercial  instfn- 
ments  on  the  market,  their  construction  and  relative  merits;  (6)  a  knowl- 
edge of  the  chief  sources  of  information  relating  to  the  measurement  of 
high  and  low  temperatures.  To  sum  up,  the  aim  should  be  to  turn  out 
resourceful  young  men  familiar  with  the  leading  instruments  on  the 
market,  capable  of  handling  them  with  skill  and  qualified  to  meet,  with 
intelhgence  and  confidence,  any  emergency  that  may  arise  in  the  nieas- 
urement  and  control  of  temperalures.     This  can  be  reahzed  'only  by 
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laying  an  adequate  theoretical  foundation  and  by  insisting  on  the  "  why  " 
for  everything  done  in  the  laboratory. 

An  examination  of  the  textbooks  on  pyrometry  and  of  the  scientific 
papers  and  pamphlets  relating  to  temperature  measurements  indicates 
very  clearly  that  any  instruction  in  this  subject  should  be  given  by  men 
possessing  a  thorough  knowledge  of  physics.  It  would,  therefore,  seem 
natural  and  proper  to  develop  a  laboratory  for  instruction  in  the  measure- 
ment of  temperature  and  for  standardization  of  pyrometers  under  the 
juriadiction  of  the  department  of  physics  rather  than  under  one  of  the 
engineering  departments.  Such  a  laboratory  should  be  expected  to  turn 
out  students  thoroughly  trained  in  the  methods  and  principles  of 
pyrometry,  and  capable  without  further  instruction  of  using  pyrometere 
effectively.  It  should,  however,  leave  strictly  technical  matters,  such  as 
the  heat  treatment  of  metals,  to  the  proper  engineering  laboratories. 

Besides  its  first  purpose  of  serving  as  a  laboratory  for  the  instruction  of 
students  in  the  underlying  principles  of  temperature  measurements,  this 
laboratory  should  be  provided  with  standardized  instruments  covering 
the  range  of  temperature  —200"  C.  to  the  highest,  so  that  all  departments 
can  find  here  opportunity  tor  the  calibration  and  checking  of  various 
types  of  pyrometers.  In  addition,  provision  should  be  made  to  assist, 
by  means  of  advice,  those  in  the  university  engaged  in  researches  in- 
volving the  measurement  of  temperatures.  In  other  words,  this  labora- 
tory should  serve  as  a  general  clearing  house  for  all  questions  relating  to 
temperature  measurements. 

Preparation  for  Admission 
Admission  to  the  course  in  pyrometry  must  presuppose  a  satis- 
factory completion  of  at  least  an  excellent  college  course  in  general  and 
experimental  physics.  Evidently  the  character  of  instruction  in  pyro- 
metry and  the  results  that  can  be  obtained  will  depend  on  the  thor- 
oughness of  the  student's  previous  training. 

Allotment  of  Time 

The  amount  of  time  required  for  the  course  and  its  subdivision  will 
necessarily  depend  on  the  character  of  the  preparation  prescribed  for 
admission.  If  the  students  have  already  received  a  thorough  grounding 
in  the  principles  of  heat,  including  a  discussion  of  temperature  scales  and 
gas  thermometry,  in  the  laws  of  radiation  of  the  black  body  and  in 
electricity,  there  will  be  less  need  for  formal  lectures,  and  the  hours 
assigned  to  the  course  can  be  devoted  to  laboratory  work  with  provision 
for  conferences  or  quizzes.  Without  adequate  preparation,  however, 
provision  must  be  made  for  lectures  on  the  theory  and  on  the  physical 
principles  underlying  temperature  measurements,  in  order  that  the 
laboratory  work  may  be  performed  with  intelligence  and  effectiveness. 

Assuming  a  satisfactory  preparation,  the  course  should  extend  through 
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at  least  one  term  (half  the  college  year)  and  consist  of  a  weekly  laboratory 
period  of  not  less  than  three  consecutive  hours  and  preferably  four,  with  a 
weekly  conference  hour  assigned  for  Infonnal  discussions,  for  the  cross- 
examisation  of  the  students,  and  as  an  opportunity  for  talks  by  specialists 
invited  from  outside  the  university.  More  time  may  be  advantageously 
allowed  the  course,  but  it  is  doubtful  whether  this  will  prove  feasible 
owing  to  the  congested  nature  of  the  curricula  of  our  engineering  schools. 
In  any  case,  opportunity  for  additional  work  should  be  given  to  any 
students  who  desire  it  and  have  available  time. 

Besides  the  assignment  of  a  definite  number  of  houre  weekly  for 
laboratory  and  conference  work,  provision  must  be  made  in  the  curricu- 
lum for  at  least  6  hours  weekly  for  home  preparation  if  the  inatruction 
is  to  be  made  effective.  This  time  is  needed  to  complete  the  aseigned 
reading  of  textbook  matter,  of  the  scientific  papers,  and  of  manufacturers' 
catal<^  relating  to  the  experiments  to  be  performed,  and  for  the  prepa- 
ration of  a  satisfactory  report  on  the  test  made  in  the  laboratory.  Should 
the  school  curriculum  be  too  full  to  permit  this  home  work,  the  course 
on  pyrometry  should  extend  over  a  period  of  1  year  in  order  that  the 
necessary  reading  and  preparation  of  reports  may  be  done  in  a  regular 
laboratory  period  without  causing  a  reduction  in  the  actual  amount  of  the 
experimental  work  originally  proposed. 

Texisooks  and  Reference  Material 
E^b  student  should  own,  in  addition  to  a  textbook  on  pyrometry  and 
any  special  notes  that  may  be  provided  by  the  department,  certain 
circulars  of  the  Bureau  of  Standards  and  the  catalogs  of  the  leading 
makers  of  pyrometric  apparatus.  In  the  laboratory  there  should  always 
be  kept  for  ready  reference  complete  files  of  all  textbooks,  catalogs, 
circulars,  and  scientific  papers  that  may  have  a  bearing  on  the  subject- 
matter  taught.  Among  textbooks  may  be  suggested:  Burgess, 
"Measurements  of  High  Temperature;"  Griffiths,  "Methods  of  Measuring 
Temperature;"  Ferry,  "Practical  Pyrometry;"  Darling,  "Pyrometry." 
One  cannot  afford  to  be  without  the  reprints  of  two  articles  by  Foote, 
Harrison  and  Fairchild,  entitled,  "  Standardization  of  Rare-metal 
Thermocouples"  and  "Standardization  of  Base-metal  Thermocouples" 
which  appeared  in  the  issues  of  Metallurgical  and  Chemical  Engineering  of 
Apr.  1  and  15,  1918. 

Experience  has  shown  conclusively  that  in  such  a  specialized  labora- 
tory publications  and  pamphlets  of  the  Bureau  of  Standards  like  the 
followii^  are  indispensable  and  should  be  in  the  possession  of  the  students: 
Circtdar  7,  "Pyrometer  Testing  and  Heat  Measurements";  Circular  8, 
"Testing  of  Thermometers;"  Circular  35,  "Melting  Points  of  Chemical 
Elements  and  other  Standard  Temperatures;"  Circvlar  66,  "Standard 
Samples  for  Thermometric  Fixed  Points;"  Sdertlific  Paper  250,  "  Charac- 
teristics ctf  Radiation  Pyrometers;"  Scientific  Paper  11,  "Optical  Pyrome- 
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try;"  ScteTtHfie  Paper  202,  "Note  on  Cold-junction  Corrections  for 
Thermocouples;"  Scientific  Paper  124,  "  Platinum-reeiatance  Thermome- 
try at  High  Temperatures." 

For  additional  publicatione  of  the  Bureau  of  St&ndarda  see  Ciradar 
24,  issued  Apr.  14,  1919. 

Id  addition,  valuable  contributions  have  been  made  from  the 
Geophysical  Laboratory,  the  Nela  Kesearch  Laboratory,  and  other 
sources.  Besides,  there  is  much  excellent  matter  in  many  catalogs 
and  bulletins  issued  by  instrument  makers,  which  they  willingly  dis- 
tribute to  students  at  the  request  of  a  school.  These  publications  arouse 
the  interest  of  the  students  in  temperature  measurements  and  methods  of 
temperature  control  and  afford  them  some  familiarity  with  the  types  of 
apparatus  and  instruments  in  actual  use  and  are  frequently  of  real  serv- 
ice in  connection  with  the  actual  experimental  work  in  the  laboratory. 

Subject  Matter  to  be  Treated 

Id  such  a  short  article  as  this  It  is  possible  to  give  only  a  brief  outline 
of  the  physical  principles  that  must  be  included. 

In  the  first  place,  the  conception  of  the  thermodynamic  scale  of  tem- 
perature, the  gas  scale,  the  international  hydrogen  scale,  black-body 
temperatures,  and  the  practical  reahzatioD  of  these  scales  should  be 
presented  and  an  effort  shpuld  be  made  to  acquaiDt  the  students  with 
the  accuracy  and  reproducibility  of  known  freezing  and  boiling  points 
and  the  accuracy  attainable  in  the  measurement  of  high  and  low 
temperatures. 

In  thermoelectric  pyrometry,  starting  with  a  knowledge  of  thermo- 
electricity, a  study  should  be  made  of  rare-  and  base-metal  couples. 
This  should  include  such  questions  as:  the  annealing  of  rare-metal 
couples,  welding  of  hot-junctions  and  making  of  cold-junctions,  choice 
of  metals  for  couples,  discussion  of  formulas  for  the  representation  of  the 
temperature-electromotive  force  relationship  of  couples,  cold-junction 
corrections,  interchangeability  of  baae-metal  couples,  relative  advantages 
of  indicators  versus  service  potentiometer  or  deflection  potentiometer, 
high-  versus  low-resistance  indicators,  effects  of  depth  of  immersion, 
protecting  tubes,  the  selection  of  couples,  and  some  mention  of  recording 
thermoelectric  pyrometers. 

In  resistance  pyrometry,  the  relation  of  resistance  to  temperature 
should  be  taken  up,  followed  by  a  discussion  of  Callendar's  work  on  the 
resistance  of  platinimi  and  of  his  formula  giving  the  relation  between  the 
true  temperature  and  the  platinum  temperature  and  the  range  for  which 
this  relationship  holds;  the  construction  of  platinum  thermometers, 
their  calibration  and  use  in  connection  with  the  Wheatstone  bridge;  the 
calibration  and  use  of  platinum  and  nickel  thermometers  with  direct- 
reading  instruments;  range  of  the  nickel  thermometer;  precision  of  re- 
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•  siBtftDce  thermometers  and  their  availability;  and  Bomething  on  recording 
resistance  pyrometers. 

As  a  basis  for  intelligent  experimental  work  with  radiation  and  op- 
tical pyrometerSj  considerable  attention  must  be  paid  to  the  laws  of 
radiation  and  of  their  bearing  on  the  constructioo,  theory,  and  use  of  such 
radiation  pyrometers  as  the  F&y  (Taylor  Instrumetft  Co.,  or  Cambridge 
Scientific  Co.),  ThwLng  and  Brown,  and  of  such  optical  pyrometers 
as  the  Wanner  or  Scimatco  and  the  Leeds  &  Northrup.  The  discus- 
sion  of  radiation  pyrometers  should  deal  with  the  Stefan-Boltzmann 
"fourth  power'"  law  for  the  total  radiation  of  a  black-body  radiator, 
with  the  question  of  the  experimental  reaUzation  of  black-body  condi- 
tions, with  the  conception  of  black-body  temperature,  and  with  the  total 
radiation  from  oxide  and  metallic  surfaces  in  its  bearing  upon  the  tem- 
perature of  such  bodies  when  measured  with  a  radiation  pyrometer  cali- 
brated to  read  black-body  temperatures.  Likewise,  the  laws  of  Wien 
and  of  Planck  on  the  distribution  of  enei^  in  the  spectnmi  of  a  "full 
or  black-body  radiator"  in  their  bearing  on  the  measurement  of  tempera- 
ture by  optical  pyrometers  must  be  treated  and  attention  given  to  the 
emissivity  of  metals  and  oxides  as  they  infiuence  the  "apparent  tempera- 
tures," as  found  by  a  calibrated  optical  pyrometer.  Also,  the  distinction 
between  brightness  temperature  and  color  temperature  should  Dot  be 
overlooked.  The  construction,  theory,  calibration,  range,  and  limita- 
tions of  the  various  types  of  optical  instruments  and  the  precautions  to  be 
observed  in  their  use  should  receive  attention,  particularly  in  connection 
with  the  laboratory  tests. 

If  the  time  permits,  a  general  study  of  liquid  and  gas  thermometers, 
especially  of  the  high-temperature  mercury  thermometer,  can  be  made  to 
advantage.  Such  a  study  would  natiu%lly  include  the  discussion  of  the 
errors  and  limitations  of  this  class  of  thermometers,  their  calibration  and 
advantages.  Any  experimental  procedure  should  follow  the  general 
plan  outlined  in  the  Bureau  of  Standards  Circular  8  and  Dickinson's 
paper  on  Heat  Treatment  of  High  Temperature  Mercurial.  Thermometers, 
Reprint  No.  32  of  the  Bureau  of  Standards. 

Should  this  theoretical  materia!  be  presented  by  lectures?  Prefer- 
ably not.  What  is  desired  is  to  teach  the  students  how  to  get  at  the 
truth  and  how  to  handle  the  information  when  found.  They  will  achieve 
this  ability  most  quickly  if  they  are  required  to  work  up  the  material  by 
themselves.  This  method  leads  to  independence  of  thought  and  confi- 
dence in  one's  self,  valuable  traits  that  should  be  encouraged.  Naturally 
the  guidance  of  the  instructor  will  be  needed,  but  this  can  be  given  effect- 
ively at  the  weekly  conference,  during  the  laboratory  tests  when  the 
theoretical  points  arise,  and  by  personal  interviews.  Informal  discus- 
sion of  theoretical  and  practical  matters  by  students  and  instructors  is 
bound  to  arouse  keen  interest  and  enthusia.'tm. 
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SoGQEBTIONa    RELATIVE   TO   CONDUCT   OF  LaBOBATORT 

III  conducting  a  laboratory  of  pyrometry,  it  should  be  constantly  borne 
in  mind  that  the  success  of  the  instruction  will  in  a  large  degree  be  meas- 
ured by  the  skill  and  resourcefulness  shown  in  the  solution  of  unexpected 
and  puzzling  temperature  problems  arising  in  later  professional  work. 
Consequently,  throughout  the  course  emphasis  should  be  lud  on  the 
fact  that  laboratory  conditions  are  not  industrial  conditions,  that  the 
methods  of  the  laboratory  often  cannot  be  followed  in  the  works  and  that 
common  sense  must  always  be  exercised  in  applying  to  industrial  con- 
ditions the  knowledge  acquired  in  the  laboratory.  To  this  end  a  few 
su^estions  may  be  offered: 

The  apparatus  for  any  experiment  or  test  should  not  be  set  up  ready 
for  mere  "press  the  button"  or  "turn  the  crank"  observations.  On  the 
contrary,  the  students  should  be  required  to  assemble  and  adjust  all 
apparatus  that  is  needed  in  any  test  or  calibration.  An  effort  should  be 
made  to  require  in  the  experimental  work  speed  as  well  as  quality,  in 
order  that  there  may  always  be  present  in  the  mind  of  the  student  the 
importance  of  the  "time  factor"  in  any  undertaking.  The  report  of 
tests  should  include  original  data,  calculations,  plots,  a  brief  discussion 
of  the  experimental  test,  and  a  summary  of  conclusions. 

There  should  be  prepared  a  set  of  questions  for  distribution  among 
the  students.  These  questions  should  be  chosen:  (1)  to  emphasize 
vital  points  that  arise  in  industrial  measurements  of  temperatures  but 
which  do-not  come  up  in  the  university  laboratory  and  are,  therefore,  often 
overlooked  by  even  the  keenest  students,  and  (2)  to  test  the  student's 
ability  to  use  the  information  that  has  been  given  him  in  the  course. 
They  should  also  bring  out  common  errors  made  by  users  of  pyrometrie 
apparatus,  who  often  express  dissatisfaction  with  an  installation  when  the 
real  trouble  Hes  in  their  incorrect  use  of  such  apparatus. 

A  few  examples  may  suffice  as  illustrations: 

1.  Should  a  single  thermocouple  installed  in  a  furnace  be  relied  upon 
for  the  control  of  the  furnace?  Docs  such  a  couple  measure  the  actual 
temperature  of  the  furnace  and  of  a  charge  in  the  furnace? 

This  question  should  be  used  to  emphasize  the  important  but  fre- 
quently overlooked  fact  that  the  pyrometer  tells  only  the  temperature 
of  the  hot  end  of  the  thermocouple  and,  when  in  a  furnace,  may  fail  for 
various  reasons  to  indicate  the  temperature  of  the  charge  in  the  furnace. 

2.  Will  the  correct  temperature  of  a  mass  of  molten  metal  be  obtained 
if  a  4-ft.  base-metal  couple,  made  of  wires  of  large  cross-section  and  in  a 
suitable  protecting  tube,  is  thrust  into  the  metal  to  a  depth  of  only  3  or 
4  in.? 

3.  Give  a  diagram  of  the  connections  by  which  a  single  indicator  may 
be  used  for  reading  temperatures  given  by  three  separate  thermocouples. 

4.  Will  the  temperature  of  a  flue  gas  be  correctly  measured  by  a 
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thermometer  or  pyrometer  if  the  instrument  is  exposed  to  the  direct 
radiation  of  hot  material? 

5.  Can  the  true  temperature  of  hot  gases  be  obtained  by  the  use  of  a 
base-metal  coaple  made  of  wires  of  large  diameter? 

6.  In  measuring  the  temperature  of  the  wall  of  a  furnace  that  is  full 
of  cooler  gases  and  fumes,  would  there  be  any  advantage  in  selecting  an 
optical  pyrometer  such  as  the  Leeds  &  Northrup  or  the  Wanner,  in  pref- 
erence to  a  radiation  pyrometer  of  the  F6ry  or  Thwing  type? 

7.  State  what  type  of  instrument  you  would  select  to  measure  tempera- 
ture over  the  following  ranges  with  the  d^;ree  of  accuracy  that  can  be 
expected; 

-  100"  to  0°  C;  100°  to  500°  C;  500°  to  1200°  C;  1200=  to  2400°  C. 

8.  With  a  Leeds  •&  Northrup  resistance  indicator,  can  any  platinum 
resistance  thermometer  be  substituted  for  the  one  furnished  with  the 
instrument  without  altering  the  cahbration? 

In  the  compilation  of  such  a  set  of  questions  it  is  advisable  to  obtain 
suggestions  from  professional  men  who  have  had  experience  in  the  actual 
use  and  installation  of  pyrometers. 

Typical  E^xperiuents 

Since  it  is  in  the  laboratory  that  the  student  becomes  acquainted 
with  the  actual  apparatus  and  with  experimental  methods,  it  is  very 
important  that  a  wise  selection  of  experiments  be  planned.  In  this 
connection  it  may  be  advisable  to  offer  a  word  of  caution  with  reference 
to  the  use  of  automatic  instruments,  such  as  thermoelectric  or  resistance 
recorders,  for  instruction  purposes.  While  it  is  desirable  that  the 
students  should  handle  such  instruments  and  be  familiar  with  their  con- 
struction, operation  and  adjustment,  it  should  not  be  at  the  sacrifice  of 
more  fundamental  matters,  for  a  competent  student  of  pyrometry  can 
master  the  chief  features  of  these  instruments  quickly.  As  an  illustra- 
tion, take  the  case  of  the  determination  of  the  transformation  points  of 
a  specimen  of  steel.  It  may  be  much  more  instructive  for  the  student 
to  obtain  the  data  for  the  plotting  of  the  desired  transformation  point 
curve  by  two  galvanometers  rather  than  by  means  of  the  Leeds  &  Northrup 
TransformationPointlndicator,  which  registers  automatically  such  curves. 

The  following  experiments  are  offered  as  a  suggestion  of  the  type  of 
experiment  that  seems  adapted  to  give  a  sound  training  in  the  theoretical 
and  experimental  basis  of  temperature  measurements  and  in  approved 
methods  of  calibration,  while  serving  at  the  same  time  to  familiarize  the 
students  with  the  pyrometers  on  the  market  and  the  precautions  required 
in  their  use. 

ExPERMENT  1. — Precision  Calibration  o/Rare-meial  Thermocouples. — 
To  calibrate  a  platinum-rhodium  couple  for  the  range  300°  to  1100°  C. 
by  measuring,  with  a  precision  potentiometer,  the  electromotive  force  at 
the  freezing  point  of  zinc,  antimony,  and  copper  when  the  cold  jtmctions 
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are  at  0°  C  .^snd  to  detenmne  the  constants  in  the  thermoelectric  formulae 
of  Holman  and  of  Holbom  and  Day  connecting  the  temperature  and  elec- 
tromotive force  for  interpolation  from  300°  to  1200°  C.  The  carrying 
out  of  the  experimental  work  will  involve  such  matters  aa  the  setting  up 
and  adjustment  of  the  precision  potentiometers,  the  teat  for  any  thermo- 
electromotive  forces  in  the  potentiometer  when  all  junctions  of  the 
rare-metal  couple  are  at  0°  C,  and  the  experimental  determination  of 
typical  freezing-point  curves  of  the  metals  zinc,  antimony,  and  copper. 
Other  important  points  that  can  be  brought  out  through  such  a  funda- 
mental experunent  will  occur  to  the  reader. 

EbtPEBiMBNT  2. — Comparison  Method  of  Calibration  of  Thermocouples. 
This  experiment  should  serve  to  bring  out  the  correct  procedure  to  be 
followed  in  the  comparison  method  of  calibrating  thermocouples  and 
the  precautions  to  be  observed.  If  the  calibration  is  of  base-metal 
couples  against  a  standard  rare-metal  couple,  the  furnace  method  may 
be  used  or  the  molten-metal  bath.  (See  Foote,  Harrison  and  Fairchild, 
Metallurgical  &  Chemical  Engineering,  April,  1918.)  A  critical  study  of 
methods  for  making  cold- j  unction  corrections  may  be  included  to  advantage 

Experiment  3. — A  Study  <4  Indicators. — This  exercise  should  be 
planned  to  give  a  fairly  comprehensive  insight  into  the  theory,  construc- 
tion, operation,  and  limitations  of  milUvoltmeter  indicators  and  of 
service  potentiometers.  It  should  include  the  effect  of  any  appreciable 
change  in  the  resistance  of  the  circuit  due  to  faulty  contacts,  change  in 
lead  resistance  and  change  in  resistance  of  the  couple  on  the  millivolt 
temperature  indications  of  high- and  low-resistance  millivoltmeter  indica- 
tors fuid  on  the  service  potentiometer.  Likewise,  such  questions  as  the 
possibility  of  the  interchangeability  of  couples  with  any  given  indicator, 
the  effect  of  size  of  thermocouple  wires  and  depth  of  immersion  may  be 
brought  out. 

ExPERiUBNT  4. — Eleetrieal  Resistance  Thermometers. — This  exercise 
may  be  devoted  to  a  fairly  comprehensive  study  (^  the  theory  of  the 
resistance  thermometer,  its  precision  and  limitations.  It  should  natu- 
rally include  such  matters  as:  (1)  the  calibration  of  a  platinum  bulb  for 
the  range  —  40°  to  1 100°  C.  by  use  of  the  melting  point  of  ice  and  the  boiling 
points  of  steam  and  sulfur  and  the  reduction  of  platinum  temperatures 
to  true  temperatures  by  the  Callendar  formula;  and  (2)  the  measurement 
of  temperatures  with  commercial  types  of  direct-reading  indicators 
designed  for  use  with  platinum  and  nickel  thermometers,  and  the  test 
of  their  calibration.  Other  points  that  could  be  brought  out  are  the 
three  versus  four  compensation  leads,  the  interchangeability  of  resistance 
bulbs  with  a  given  indicator,  and  the  availability  of  resistance  thermome- 
ters versus  the  thermoelectric  pyrometers  for  industrial  work. 

Experiment  5. — Radiation  Pyrometers. — The  following  suggestions 
maybe  offered  as  possible  objects  of  such  an  experiment:  (1)  To  familiar- 
ize the  student  with  the  construction  and  technique  of  such  i^sb^m]entB 
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as  the  Fdry,  Thwing,  and  Brown.  (2)  To  emphasize  certain  theoretical 
considerations  involved  in  the  construction  and  use  of  these  instruments. 
@)  To  compare  the  readings  of  these  instruments  with  each  other  and 
withthetemperaturegivenbyacalibrated  platinum-rhodium  couple  using 
as  the  radiating  source  a  furnace  possessing  closely  bt&ck-body  conditions. 

ExPEBiUENT  6. — Optical  Pyrometers. — This  experiment  should  in- 
clude at  least  these  two  objects:  (1)  To  bring  out  the  fundamental  laws 
of  radiation  on  which  optical  pyrometry-  is  based  and  to  emphasize  the 
relative  advuitages  of  optical  versus  radiation  pyrometers.  (2)  To 
acquaint  the  students  with  the  construction,  theory,  operation,  calibra- 
tion, errors,  range  and  limitations  of  the  Leeds  &  Northrup  or  Holbom- 
Kurlbaum  and  the  Wanner  or  Scimatco  types  of  instruments. 

The  foregoing  experiments  are  offered  merely  as  suggestions  and 
should  be  modified  to  meet  the  needs  and  ideals  of  the  individual  labora- 
tories. They  are  not  intended  to  be  specific  or  complete.  Many  other 
experiments  are  possible,  such  as  the  study  of  Seger  cones,  the  specific 
heat  pyrometer,  high-temperature  mercury  thermometer,  the  location 
of  transformation  points,  etc.  Also  no  mention  has  been  made  of  the 
length  of  the  exercises,  whether  they  should  cover  one,  two,  or  more 
laboratory  periods.     These  are  matters  for  individual  solution. 

As  an  important  featiu^  of  the  instruction  is  to  develop  initiative  and 
independence  of  thought,  it  is  advisable  to  give  the  student  a  few  experi- 
mental problems  for  which  he  is  required  to  plan  the  procedure.  For 
example,  the  student  might  be  furnished  with  a  precision  potentiometer 
assumed  to  read  correctly  or  for  which  there  is  a  calibration  curve,  a 
Weston  standard  cell,  sensitive  galvanometer,  storage  battery,  and  rheo- 
stat and  then  be  asked  to  calibrate  a  service  potentiometer  and  a  pyro- 
volter,  submitting  his  plan  to  the  instructor  for  criticism  and  approval 
before  beginning  the  calibration. 

CoNCl.tJ8IONB 

Mere  acquaintance  with  constructional  details  of  pyrometers  and 
their  operation  is  readily  acquired.  Such  information  is,  however,  not 
sufficient  for  the  intelligent  application  of  pyrometers  to  the  scientific 
and  industrial  measurement  of  temperature.  What  a  course  in  pjrome- 
try  must  do  is  to  lay  such  a  sound  foundation  that  any  subsequent  heat 
problems  can  be  attacked  with  confidence  and  good  judgment.  It 
should  also  make  impossible  ridiculous  claims  of  accuracy  that  are  patently 
unwarranted. 

As  to  the  attitude  of  the  student  body  toward  such  a  course,  there 
can  be  no  question.  The  nature  of  the  experimental  work  and  its  practi- 
cal bearing  offer  a  strong  appeal  to  engineering  students  and  to  those  in 
piure  science.  The  main  difficulty  is  likely  to  be  that  the  students  will 
become  absorbed  in  the  course  to  the  detriment  of  some  of  their  other 
university  studies.  .  ,  , 
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For  the  purpose  in  band,  pyrometry  may  be  taken  to  include  all 
temperature  measurements  from,  say,  200°  C.  to  the  highest  attainable, 
especially  when  considered  from  the  technical  or  applied  side.  It  will 
be  convenient  first  to  consider  the  entire  content  of  a  course  of  study 
grouped  under  the  headings  of  the  various  methods  of  measurement, 
which  are  quite  distinct  in  principle  and  involve  different  equipment. 
Brief  suggestions  will  be  given  under  each  heading,  .and  the  summary 
will  be  followed  by  comments  on  the  purpose  of  such  a  course  and  methods 
of  conducting  it. 

1.  Expansion  and  pressure  methods:  mercury  thermometers  (glass 
and  quartz),  liquid,  gas,  and  vapor-pressure  thermometers,  especially 
recording  instruments.  Especial  attention  should  be  given  to  the  limi- 
tations of  these  methods,  which,  particularly  in  high-temperature  mercury 
thermometry,  are  often  overlooked.     Range  approximately  to  700"  C. 

2.  Resistance  thermometers:  both  bridge  and  potentiometer  methods, 
of  indicating  and  recording.  Calibration;  lead  compensation;  design  of 
thermometers  for  special  purposes.    Range  to  1200°  C. 

3-  Thermoelectric  pyrometers':  potentiometer  and  deflection  methods 
indicating  and  recording.  Calibration,  leakage  errors,  contamination 
errors,  base  and  noble  couples.    Range  to  1500°  C. 

4.  Total  radiation  methods:  thermoelectric,  resistance,  and  expan- 
sion indicators,  mirror  and  lens  collectors,  calibration,  permanence  of 
characteristics,  absorption  errors.  Range,  to  highest  attainable  tem- 
peratures. Methods  of  producing  perfect  radiators — true,  and  virtual  or 
"black  body"  temperatures. 

5.  Partial  radiation  methods:  absorption  and  spectroscopic  methods 
of  getting  partial  radiation,  various  comparison  sources,  polarization,  elec- 
tric, sector,  and  absorption  methods  of  controlling  intensity  (Morse, 
Lummer,  and  Wanner  types).  Calibration,  permanence  of  calibration, 
absorption  errors.  Methods  of  producing  perfect  radiators — improvised 
methods;  true,  and  virtual  or  black-body  temperatures. 

It  is  not  necessary  to  go  into  the  detailed  working  out  of  a  course  to 
cover  the  ground  outlined,  but  certain  general  questions  present  them- 


D.qit.zeaOvGoOt^lc 


C.   E.   UBNDENHALL  679 

selves  and  must  be  answered.  For  example,  should  the  course  be  planned 
as  one  strictly  dealing  with  high-temperature  measurement,  or  should  it 
deal  more  broadly  with  the  measurement  and  production  of  h^  tem- 
peratures? The  latter  arrangement  adds  to  the  interest  of  the  course, 
and  the  combination  is  quite  logical.  If  this  choice  is  made,  we  can  pro- 
ceed to  consider  the  distribution  of  time.  The  total  time  may  be  taken 
at  from  twelve  to  e^hteeu  periods  of  3  or  4  hr,  each,  and  the  content 
must  be  varied  somewhat  to  suit  the  time  available  and  the  special 
conditions. 

During  the  first  half  of  the  course,  attention  should  be  concentrated 
rather  on  the  methods  of  measurement,  the  siiuplest  and  most 
reliable  means  being  provided  for  giving  steady  temperatures  just 
sufficiently  high  for  the  purpose,  as  uncertainties  are  apt  to  increase 
greatly  at  higher  ranges.  For  certun  parts  «rf  the  work,  these  devices 
can  be  of  low  thermal  capacity  (such  as  heated  strips,  lamps,  etc.)  that 
will  reach  a  steady  state  very  quickly,  so  that  no  time  will  be  lost  in  waiting 
for  things  to  "settle  down."  In  other  cases,  it  will  be  necessary  to  use 
furnaces  or  boiling  tubes,  and  arrangements  should  be  made  so  that  these 
can  be  started  before  the  regular  laboratory  period.  With  proper 
care,  it  will  be  possible  during  this  part  of  the  course  to  do  effective  work 
in  the  laboratory  during  2  or  3  hr.  of  the  total  period;  the  remaining 
time  should  be  devoted  to  classroom  discussions  on  topics  such  as  these: 
Fundamental  ideas  of  temperature  and  the  temperature  scale,  standard 
fixed  points,  theory  of  bridge  and  potentiometer  measurements,  laws  of 
radiation,  perfect  and  ordinary  radiators,  ideas  of  thermal  conductivity 
and  thermal  capacity  applied  to  furnace  construction, 

The  latter  half  of  the  course  may  be  devoted  to  the  application  of  the 
methods,  the  technique  of  which  has  been  briefly  studied,  and  to  the 
measurement  of  temperatures  under  conditions  closely  approximating 
those  actually  found  in  practice.  More  attention  should  also  be  ptdtt  to 
the  methods  used  in  the  production  and  maintenance  of  high  temperatures, 
and  the  range  of  temperatures  used  should  be  extended.  The  exact 
content  of  this  part  of  the  course  can  be  greatly  varied,  depending  on  the 
equipment  available,  but  the  various  furnaces  should  follow  standard 
practice,  on  a  reduced  scale,  and,  if  possible,  should  be  designed  to  bring 
out  the  different  limitations  and  advantages  of  the  several  methods  of 
measurement.  Interest  would  be  increased  if  the  temperatures  measured 
were  those  concerned  with  or  controlling  important  high-temperature 
phenomena;  that  is,  melting  points  (for  standardization),  recalescence 
points,  reactions,  crystalline  transformation,  increase  of  conductivity 
in  substances  normally  insulators,  etc.  The  reason  for  dividing  the  work 
rather  sharply  into  two  parts,  as  has  been  suggested,  is  obvious. 

The  difficulties  involved  in  the  mere  production  and  control  of  high 
temoeraturee  are  in  themselves  considerable,  and  increase  rapidly  at  t^e 
higher  ranges.    If  the  student  is  confronted  at  the  same  time  by  these 
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difficultiiea  and  those  inherent  in  the  various  methods  of  measurement, 
the  result  is  sure  to  be  confusion  and  diecouragement.  A  large  part  of 
this  can  be  avoided  by  the  scheme  proposed. 

Another  general  question  that  arises  is,  should  the  apparatus  be  bo 
designed  and  arranged  as  to  be  "fool-proof"  or  "fool-ldlling"?  The 
difference  is  clear.  According  to  the  &rst,  every  effort  would  be  made  by 
choice  of  equipment,  amusement,  and  instructions  to  insure  that  all  the 
experiments  proceed  smoothly  and  without  interruption  or  mishap,  very 
httle  of  the  assembly  of  apparatus  being  left  to  the  student,  who  is  not 
made  to  feel  much  responsibility  for  its  successful  operation.  In  this 
case  the  thoughtful  student  will  get  an  excellent  idea  of  the  maximum 
possible  accuracy  of  the  methods  used,  while  the  poor  student  will  get  an 
entirely  erroneous  idea  of  the  ease  with  which  the  work  may  be  done,  and 
neither  will  appreciate  fully  the  effort  and  thought  expended  on  the  design 
and  arrangement,  in  order  to  produce  the  result.  By  the  second  method, 
in  which  the  equipment  is  intentionally  chosen  in  more  disconnected 
elements  which  must  be  assembled  or  connected  up  by  the  student,  and 
in  which  the  "eternal  cussedness  of  inanimate  things"  is  allowed  to 
display  itself  in  more  normal  fashion,  the  thoughtful  student  will  get  more 
insight  into  the  difficulties  of  the  situation  and  be  stimulated  to  overcome 
them  by  his  own  initiative,  but  the  poor  student  will  be  well-nigh  hope- 
lessly muddled  and  discouraged  and  ultimately  dropped.  Which  of 
these  is  chosen  must  depend  on  circumstances,  on  the  relative  importance 
attached  to  numbers  as  compared  to  quality  of  students,  and  on  the 
extent  of  equipment  available.  In  most  cases  a  compromise  is  necessary 
and  probably  desirable. 

Finally  comes  the  question  as  to  where  the  course  should  be  given; 
that  is,  in  what  department.  The  situation  demands  a  combination  to 
insure  the  best  results.  On  the  one  hand  is  needed  that  interest  in  pre- 
cision, in  method,  and  in  working  out  new  methods,  which  is  more  apt 
to  be  found  in  departments  of  physics;  on  the  other  hand,  it  is  essential  to 
have  an  immediate  contact  with  real  problems  and  real  conditions,  such 
as  would  exist  in  departments  of  metallurgy,  electrochemistry,  or  similar 
engineering  groups.  If  the  course  could  be  given  by  a  combination 
of  a  physics  and  an  engineering  department,  not  only  would  the  proper 
balance  of  the  course  be  maintained,  but  an  important  step  taken  to 
insure  that  close  cooperation  of  departments  of  piu%  and  applied  science 
which  everyone  beheves  to  be  most  stimulating  and  wholesome  for  both. 
Unfortunately,  such  cooperation  in  course  giving,  while  possible  at  smaller 
institutions,  becomes  very  difficult  at  the  larger  and  more  elaborately 
organized  universities,  where  the  dividing  line  between  departments  and 
between  groups  of  departments  unfortunately  tends  to  become  more 
marked.  Though  this  situation  frequently  involves  high-temperature 
phenomena,  they  are  not  measurable  by  our  methods  and  therefore  do  not 
concern  us.  . 
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Teaching  Pyrometry 

BY  O.  L.   KOWALKX,*  HADISON,  WIS. 

(Chicago  MMtinc.  Saptvmber,   19Ifl) 

Thb  measurement  and  control  of  temperatures  have  assumed  poai- 
tioQB  of  great  importance  in  many  induatriee.  The  manufacturers  of  by- 
product  coke  and  carbureted  water  gas  find  that  proper  temperature 
control  helps  to  produce  a  better  product  and  economiaea  in  the  use  of  raw 
materials.  In  the  manufactiu^  of  glass,  enameled  ware,  brass,  and 
high-temperature  refractories,  temperature  control  is  now  regarded  as 
being  coordinate  in  importance  with  the  control. of  materials  used.  To 
control  Buch  processes  as  malleabliziug  cast  iron,  and  hardening,  temper- 
ing, and  annealing  of  steel  in  a  manner  to  meet  exacting  market  require- 
ments has,  within  recent  years,  involved  the  installation  of  large  and 
expensive  pyrometer  equipments.  In  many  of  these  installations,  It  was 
necessary  not  merely  to  measure  but  also  to  record  the  temperatures  over 
a  period  of  time  and  thu^  obtain  a  record  of  the  entire  heat  treatmient  and 
an  efTective  check  on  the  workmen  in  charge. 

In  view  of  the  importance  of  temperature  measurement  and  control 
in  such  a  wide  variety  of  industries  and  the  necessity  for  proper  super- 
vision of  the  installation  and  operation  of  the  outfits,  the  following  ques- 
tions may  be  pertinent:  What  instruction  is  offered  by  the  engineering 
colleges  and  what  departments  in  the  «olleges  are  responsible  therefor? 

The  lat«8t  available  catalogs  of  ten  prominent  engineering  colleges 
east  of  the  Mississippi  River  showed  courses  in  high-tempereture  measure- 
mento  given  by  the  departments  of  physics.  These  courses,  in  general, 
were  described  as  comprising  classroom  and  laboratory  instruction  in  the 
theory  of  high-temperature  measurements,  together  with  exercises  in  the 
calibration  of  the  various  devices  used.  In  some  cases  it  was  stated  that 
consideration  would  be  given,  in  the  courses,  to  the  practical  applications 
in  the  industries.  In  only  one  college  was  the  course  required  of  all 
engineering  students;  in  most  colleges  it  was  optional;  in  a  few  colleges, 
it  was  required  only  of  certain  groups.  In  colleges  offering  a  course  in 
metallurgical  engineering,  instruction  in  pyrometry  was  always  given  in 
connection  with  metallurgical  laboratory  work.  The  students  in  ceramic, 
chemical,  and  metallurgical  engineering  in  three  colleges  were  giiren  some- 
what formal  instruction  in  pyrometry  by  their  respective  faculties.  It 
did  not  appear  that  mechanical  or  electrical  engineering  students  in  any  of 
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the  colleges,  except  one,  were  scheduled  for  iustniction  in  pyrometry, 
although  Buch  students,  after  graduation,  are  frequently  eng^ed  in  work 
requiring  heat  treatment  of  metal  or  temperature  control. 

Is  a  special  course  in  pyrometry  in  the  curricula  for  ceramic,  chemical, 
mechanical,  and  metallurgical  engineers  justifiable?  This  may  be  a 
debatable  question.  Local  conditions  and  plan  of  oi^aniaation  of  the 
college  usually  govern  the  feasibility  of  such  a  requirement.  Considerable 
time,  however,  is  given  to  instruction  of  students  in  the  above  courses 
in  the  determination  of  the  heating  values  of  coal  and  gas,  the  quahty  of 
steam,  the  composition  of  gases,  and  the  measurement  of  electrical 
energy.  Is  it  probable  that  all  these  students,  after  graduation,  will 
make  use  of  the  instruction  in  any  of  the  above  determinations  more 
frequently  than  of  a  proportionate  amount  of  instruction  in  pyrometry? 
The  field  of  usefulness  of  pyrometers  will  be  extended  in  keeping  with  the 
improvements  in  the  instruments  and  a  realization  of  the  necessity  for 
accurate  temperature  measurements  and  control.  In  view  of  the  present 
wide  application  and  importance  of  pyrometry,  instruction  in  it  should 
receive  at  least  the  same  emphasis  in  the  curricula  for  ceramic,  chemical, 
and  mechanical  engineering  that  it  apparently  receives  in  the  curriculum 
for  metallurgical  engineering  in  most  colleges. 

It  would  be  difficult  to  prescribe  the  content  of  a  course  lit  pyrometry 
to  meet  the  conditions  in  all  colleges.  Since  most  engineers  will  have  to 
do  with  the  measurement  and  control  of  temperature  in  industrial  opera- 
tion, it  seems  desirable  to  confine  the  scope  of  this  discussion  to  industrial 
needs.  The  operation  of  the  law  of  the  survival  of  the  fittest  seems  to 
have  left  the  thermocouple,  the  radiation,  and  the  optical  pyrometers  in 
possession  of  the  field  of  high-temperature  operations.  Thus,  a  mini- 
mum content  of  course  ought  to  include  instruction  in  the  principles  of 
operation  and  the  cahbration  and  applications  of  each  of  these  types. 
Historical  matter  and  development  of  the  fundamental  temperature  scales 
need  be  only  briefly  considered;  but  some  time  can  profitably  be  devoted 
to  the  study  of  the  construction  of  auxiliary  equipment,  such  as  furnaces, 
heat  regulating  and  insulating  devices. 

The  thermocouple  is  no  doubt  more  widely  used  than  any  other  device 
for  measuring  high  temperatures,  and  it  is  also  much  abused.  The  in- 
struction concerning  it  might  well  include:  method  of  making,  caUbra- 
tion  by  determining  the  electromotive  force  at  the  melting  pointe  of  pure 
metals,  calibration  against  a  standard  couple,  effect  of  depth  of  immersion 
on  resultant  electromotive  force  due  to  heterogeneity,  and  protection 
against  contamination.  The  measurement  of  the  electromotive  forces  of 
couples  by  millivoltmeters  and  potentiometers  may  be  studied  with 
special  reference  to  low  against  high  resistance  millivoltmeters,  milli- 
voltmeters against  potentiometers  with  different  depths  of  immersions, 
and  varying  temperatures  in  the  lead  wires. 
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Radiation  p3rrometere  of  the  fixed  and  movable  focus  type  and  optical 
pyrometers  of  the  Wanner  and  Morae  types  should  be  studied  with  refer- 
ence to  the  principles  involved  in  each,  the  construction,  the  methods  of 
calibration,  the  limitations  of  each  for  various  kinds  of  work,  and  the  ease 
with  which  they  may  be  manipulated.  Special  optical  pyrometers,  in- 
volviog  the  matching  of  colored  screens  in  the  instrument  against  the 
field  of  vision,  can  be  given  some  consideration. 

Due  to  the  limited  use  of  resistance  thermometers  in  the  measure- 
ment of  furnace  temperatures,  less  emphasis  may  well  be  put  on  them  than 
on  thermocouple.  It  is  worth  while  to  point  out  the  principles  involved, 
the  construction  of  the  apparatus,  and  the  methods  of  cahbration.  If 
the  time  can  be  spared,  actual  calibrations  from  fixed  points  are  greatly 
worth  whOe. 

Since  check  calibrations  on  pyrometer  installations  are  always  nec- 
essary and  since  the  engineer  in  charge  will  many  times  have  te  do  such 
work  with  meager  equipment,  it  will  be  worth  the  time  spent  to  teach  the 
student  how  to  construct  furnaces  and  heat-r^ulating  devices.  It  may 
not  be  advisable  to  require  the  student  to  construct  the  furnaces  used  in 
the  course,  but  it  is  desirable,  wherever  possible,  for  him  to  make  the 
repairs. 

The  interest  of  the  average  student  is  not  sustained  in  a  course  in 
pyrometry  if  it  is  devoted  excliisively  to  problems  in  calibration,  such 
problems  being  long  and  somewhat  tedious.  He  takes  a  much  greater 
interest,  however,  if  he  is^ven  exercises  that  bringout  the  limitations  and 
sources  of  error  in  the  particular  pyrometer  employed.  Among  the  prob- 
lems that  have  been  found  stimulating  to  the  student  are :  the  determi- 
nation of  the  temperature  gradient  in  various  kinds  of  firebricks;  the 
temperature  of  decompofution  of  limestone ;  comparison  of  thermocouples 
with  Seger  cones,  or  with  "  Sentinel  pyrometers  "  frequently  used  in  the  heat  . 
treatment  of  steel ;  and  dehydration  temperature  of  clay.  The  determina- 
tion of  the  transformation  temperatures  in  steels  of  various  carbon  con- 
tents by  the  differential  couple  and  the  simple  cooUng  curve  seldom  fails 
to  arouse  interest;  it  also  ties  the  principles  of  metallography  and  py- 
rometry together.  The  measurement  of  the  temperature  of  molten  copper 
in  a  ladle,  with  and  without  the  oxide  film,  simultaneously  with  a  ther- 
mocouple, a  radiation  pyrometer,  and  optical  pyrometers  of  the  Wanner 
and  Morse  types,  is  an  excellent  exercise  to  show  the  effect  of  emissivity. 
Many  other  problems  can  be  devised;  these  are  suggestions.  Such  cor- 
relation has  been  found  to  work  weU  here  and  in  other  colleges  because 
it  gives  an  opportunity  to  link  together  a  nimber  of  lines  of  study  through 
the  teaching  of  pyrometry. 
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CoBLENTZ,  W.  W. ;  Preaeni  Stalat  of  Radiation  CoTiatanti,  72. 
Cold  junction:  burying  of,  113,  204. 

compensation,  95,  96,  99,  103,  175,  184,  104,  105,  206,  401,  510. 

correction  factors,  96, 

method  using:  cartmn  disks,  208. 

mereury,  206. 

potentiometer,  98. 

resistanre  coils,  209. 

shunt,  100.  103. 

wheaUtone  bridge,  103,  200. 
temperature  of,  96,  122. 
Color  temperature,  288,  304. 
Committee,  International,  46,  58. 

Committee,  Pyromet«r,  of  National  Research  Council,  nunes,  3. 
Compensated  leads,  97,  205. 
Concept  of  temperature,  37. 
Constant-prcflsure  gas  scale,  65, 
Constant-volume  gas  scale,  65. 
Contamination  of  thennocouplea,  76. 
Coming  red  glass,  296,  313. 
Couples:  see  thermocouples. 

Dana,  L.  I. :  Melting  Point  of  Refractory  Maieriah,  267;  Diaeusnon,  283. 

Daka,  L.  I.  and  Faihchild,  C.  O.:  Pyrometry  in  Rotary  Portland  Cement  Kilns,  622. 

Deflection  potentiometer:  method,  00,  148,  301. 

theory,  01. 
Degree,  measure  of,  39. 
Depth  of  immersion:  thermocouples,  123. 

thermometer,  586. 
Diffraction  around  pyrometer  filament,  306. 

test  of,  318. 
Disappearing-filament  pyrometer,  291,  319,  324,  352. 

polarization  in,  319. 
Dressier  tunnel  kiln,  642. 
Drinker  method,  7. 

Effective  wave-length,  64,  207. 

determination  of,  297. 

variation  of,  298. 
Electric  charge,  unit,  Millikaa's  value,  73, 
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Electric  furnace:  t«rapeTatuie,  £78. 

tappinE  temperature,  S70. 
Electric,    Open-h«artli   and    Beagemer   Sled    Tem-peratuTet    (Babm),    678;    DMCUMMm: 

(Tatlbbhon),  689. 
Emitrive  Powtri  and  Temperaturei  of  Non-black  Bodies  (WoRTHiKa),  367. 
EmiMive  powers,  287,  303,  367,  368,  384. 

paeudo,  397. 

spectral,  372,  381. 

total,  371,  373. 

variation  o(,  393. 
E^isaivity:  steel,  slag,  13,  366. 

tempeiature  correction  for,  13. 

tungiten,  390. 

VKiiouB  metals,  337. 
EwuONB,  J.  v.;  Fyrortietry  in  the  Tool-manufaeturmg  Indvitry,  610. 
Englehard  indicator,  83. 
Errors:  line  reflistance,  82. 

in  radiation  pyrometiy,  347,  377. 

temperature  of  steel  furnaces,  36. 
ExpaneioD  pyrometers,  189. 

Fairchild,  C.  O.  :  DtscuMton  on  Theory  and  Aeeuraey  tn  Optical  Pyrometry,  322. 
Fairobild,  C.  O.  and  Dana,  L.  I.:  Pyrometry  in  Rotary  Portland  Cement  Kilns,  B22. 
Faibchilu,  C.  0.  and  Ioote,  P.  D.:  Opttctd  arid  Radiation  Pyrometry,  324. 
HigK-temperatiire  Control,  435. 
BemrHtyi  Pyrometry,  406. 
Fairchild,  C.  0.,  FooTB,  P.  D.  and  Hahribon,  T,  R.:  ThermotUetric Pyromelry,  74; 

Diecaswion,  134. 
Feild,  a.  L.  :  Diacuationt:  on  Re-port  of  Pyrometer  Committee,  36. 

on  Pyrometry  in  Blast-furnace  Work,  558. 
Fbnneb,  C.  N.  :  Uae  of  Optical  Pyrometers  for  Coning  qf  0f4ieal-i^a*«  Fvmaees,  495; 

Discussion,  606. 
Fery;  optical  pyrometer,  326, 

radiation  pyrometer,  346,  374. 
Field  of  view,  optical  pyrometer,  333,  354. 
Firebrick,  282. 

Fuced  points,  thermometry,  50,  51,  167. 
Fixed  junction  correction,  174. 

FooTE,  P.  D.:  Discussiona:  on  Standard  Scale  of  Temperature,  60. 
on  Melting  Point  of  Refractory  Materials,  282; 
on  Optical  and  Radiation  Pyrometry,  351; 
on  Tin:    An  Ideal  Pyromelrie  Suds/once,  465. 
FooTE,  P.  D.  and  Fairchild,  C.  O. :  Optical  and  Radiation  Pyrometry,  324. 
High-temperature  Control,  436. 
Recording  Pyrometry,  406. 
Foote  &  Fisher  pyrometer,  331. 

FaoTE,  P.  D.  and  Uabbibon,  T.  R.  :  Discussion  on  Seif-eheckirtg  Oaleanometer  Pyro- 
meter, 151. 
PoOTE,  P.  D.,  Harrison,  T.  R.  and  F&iRcmLD,  C,  0,:  Thermodeetric  Pyrometry,  74; 

Discussion,  134. 
FooTB,  P.  D.,  Waidnbr,  C.  W,  and  MncLLER,  E.  F. :  Standard  Scale  of  Temperattirs, 

46. 
Forging  temperatures,  6,  367,  670,  614,  623. 
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Forging  Temperatures  and  Rate  of  Heating  and  Cooling  of  Large  Ingoti  {Babh),  614; 

Diecuseitin:  (Fky,,  626. 
Formula  for  thermocouple,  61. 

FoRBYTHB,  W.  K :  TheoTj/  and  .Accuracy  in  Optical  Pyrometry  mlh  ParUcutar  Ref- 
erence io  the  DieappeaHnff-fiiaToent  Type,  291;  Ditcuerion,  323. 

Dieeuationt;  on  Poientiometen  for  Thurmoel^nerd  Work,  148; 
on  PyromeUr  ProUetion  Tvbe*,  257. 
Foflter,  radiation  pyrometer,  344. 
Froiit  ice,  462. 
Frebuan,  J.  R.,  Jr.  and  Scott,  H.:   Use  of  Modified  Raeenhain  Fumaee  for  Thermal 

Analytis,  214. 
Fret,  C.  P.:  Retiilance  Thermometry  for  Indaitriai  Vm,  4&8. 
Frink,  R.  L.:  Pyfom/elry  Applied  to  Boltle-glaes  Manvfaelvre,  4S3. 
Frt,  L.  H.:  Diieuteicn  on  ForginQ  Temperaturee  of  Large  Ingots,  626. 
Fundamental  Laws  of  Pyrometry  [MendenhaU),  63. 
Furaaces:  Areem,  277. 

black-body,  263. 

glass-tank,  4R3. 

Herault,  588. 

iridium-tube,  53,  277. 

Owens  revolving  pot,  488. 

refractory  melting  points,  276. 

Raeenhaic,  214. 

tungsten  and  molybdenum  wound,  279. 
L,  277. 


Galvanometer:  direct  reading,  138. 

high  resistance,  SO. 

lack  of  precision  in,  139. 

moimting  of,  113. 

Bunsitivity  of,  138. 

swamping  resistance,  80. 
Gas  loss,  straight  coiled  filament,  640. 
Gas-mask  carbon:  application  of  pyrometer  in  manufacture,  i 

air  treater,  S54. 

steam  treater,  656 

thermocouple  used,  661. 

pyrometer  tubee  for,  664. 
Gas  preaaure,  64. 
Gas  scale,  46,  63. 
Gas  thermometers,  189. 
Gas  thermometry,  limits  of,  64. 
Glass:  annealing -of,  475. 

cooling  procedure,  478. 

relaxation  time,  478. 

thermocouple  installation  for  annealing  kiln,  466. 

transformation  temperature,  478. 
Gloss  industry,  optical  pyrometer  in,  130,  358,  491,  509. 
Glass  pot,  measurement  of  temperature  in,  502. 
Glass-tank  furnace,  483. 
Glazing  of  tubes,  248. 
Gloet  bum,  250. 
GoHiBN,  }.  P.:  Appticalion  of  Pyrometert  to  the  Ceramic  Jndvtiry,  535. 
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CkiM,  mrlting  puint.  51.  '2m. 

Gold-point  palWiuin-point  briglitiicHH  ratio,  5'i. 

Graphite  tip,  16. 

GciLLAUME,  C  E. :  DuiciutioH  on  Standard  Seak  (V  Temperaivre,  5S. 

Harbihon,  T.  R.:  DUeuasiona:  on  PoUnttomHera  for  Th^rmoeUment  Work,  147; 
on  Thermodeetrie  Pyrom^ry,  136; 

on  Some  FacU/ra  AffeetinQ  Uaefulneaa  of  Bate-melal  Thermooouplet,  161. 
Harrison,  T.  R.   and   Foote,   P,  D.:  Diacuanon  on  Self-checking  Gateanomelfr  Pp- 

romeler,  151. 
Harribon,  T.  R.,  Foote,  P.  D.  and  Fairchild,  C.  O.  :  Thermoeteclrie  Pifrometrg,  74; 

Ditcuasian,  134. 
Hftrrieon  &  Faot«  indicator,  M,  141. 
Harvby,  F.  a.  :  Pyrometer  Protection  Tubet,  265;  Diteuanon,  257. 

Diaeuation  on  Optical  and  Radiation  Pyromelry,  351. 
Hoat  generated  after  t^mppring,  590. 
carbon  steel,  602. 
manganese  stoet.  804. 
nickel  chromium,  505. 
Hen  t  meter.  Brown,  90. 
Heat  treatment,  st«cl,  35K. 

High-temperature  CoiUrol  (Faibghild  and  Foote),  436;  Diacuaaion:  (Nbwcoub),  449. 
High-temperature  cuntroli  automatic  alarma,  441.  ' 

field  of,  435. 
manual  alarms,  441. 
High  temperature,  measurement  of,  368. 
High-temperature  Scale  and  its  Application  in  the  Meaavrtment  of  True,    BrigMnn* 

and  Color  TempercUurea  (Hyde).  2S.5. 
High-temperature  scale,  51, 

reproduction  of,  57. 
Higk-temperatwe     Thermometera    (Wilhelm),     225;     Diarimaion:     (Ahhhan).     239; 

(AOTHOB),  239. 
High- temperature  Ihcrmomclcrs,  tenting  of.  237. 
High-resiatance  galvanometers,  SO. 
Hot  junctions,  making,  77. 

Hot-wire  Anemometer  with  Thermocouple  (Taylor),  221. 

HunsARD,   C.    W.:  DiacuMtona:  on  ApplicatioH  of  Pyrometry  to  the    Mani^a«ture 
ofGaa-maak  Carbon,  667; 
on  Pyrometer  Porcelaina  and  Refractoriea,  264. 
HUTCHINB,  O.:  Pyrometer  Proteaion  Tubes,  262. 

Hyue,   E.  p.;  High-temperature  Scale  and  its  Applieation  in  Mtaauremera  of  True, 
Brightness  and  Color  Temperature,  286. 
Discuaaion  on  Standard  ScaU  of  Temperature,  60. 
Hydrogen  scale,  4], 
international.  46. 

Ice,  frazil,  462. 

Ice  point  on  Kelvin's  scale,  66. 

Incandescent  gas  mantlea,  temperature,  632. 

Incandescent  lamp  filaments,  temperature  of,  627. 

Industrial  Applicationa  cf  Disappearinff-filameTii  Optical  Pyrometer  iBaah),  352. 

Ingota,  rate  of  heating  and  cooling,  614,  618. 

International  hydrogen-scale  temperature,  46. 
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Intem&tiooal  temperature  evaie,  49,  450.  -    ' 

Iridium  tube  furnace,  53,  277. 

Irou-oonstantan  in  couples,  260. 

Iron  oxide,  radiation  temperature  and  true  temperature  relation,  378. 

IvBfi,  H.  E. :  Temperalure  MeatwemeiUs  of  IncandeseerU  Gas  MatUtes.  632. 

Japan  protecting  tubes,  256. 

Joseph,  T.  L.  and  Roystbr,  P.  H.;  Pyromclry  in  BUisl-furnace  Work,  544;  Diteuttion, 

563, 
Joule- Kelvin  ooefficient,  41. 

Kelvin's  temperature  scale,  41,  46,  63,  288. 

Kevffel,  C.  W.  :  Pyrometry  a«  Applied  to  Manufadure  of  Optical  GUm»,  506. 
Kirchhoff'H  black  body,  42,  66. 
Kirchhoff'B  law,  368. 

KoWALKE,  O.  L.:  Some  Faetori  Affecting  the  Uae/iUneiie  of  Baee-melal  TkerinoconpUs, 
154. 

'Pjfromelry,  681. 

S.,  Jr.:  Temperature  of  a  Burning  Cigar,  645. 

Laboratory  form  of  pyrometer,  296. 
Lambert's  cosine  law,  302,  371,  396. 
Lamps:  temperature  of  incandescent  filament,  627,  638, 

temperature  and  efficiency  of,  628. 

temperature  and  biie,  630. 
Laws  of  pyrometry,  63. 
Le  Chatelicr  pyrometer,  292. 

Lincoln,  R,  B.  ;  Protecting  Tubes  for  Thermocouples,  258. 
LiNViiLE,  C.  P.:  Discussion  on  Pyrometry  in  Blasl-fumace  Work,  560,  562. 
Liquids  in  thermometers,  234. 

LnTLBToN,  J,  T.,  Jr.:  Discussion  on  ThermoeUdric  Pyrotnelry,  IZO. 
LoHB,  J.  M.:  Alloys  Suitable  for  Tktrmocoupkt  and  Bate-mftal  Thermoelectric  Praeiice, 

181. 
Lummer-Kurlbaum  black  body,  56. 

Maoganeac  steel,  magnetic  effects  of,  604. 
Manufacture  of  porcelain  tubes,  244. 
Marquardt  tubea,  255. 

methods  of  making,  241. 
Marsh,  K.:  Applicaiion  of  Pyrometry  to  the  Manufacture  oj  Gas-mask  Carbmt,  662; 

Discusaion,  668. 
MeUing  Point  of  Refractory  Material,  (Dana),  267;  Diseaseion:  (Ungeb),  282;  (Footb) 

282;  (Furdy),  283;  (Author),  283.' 
Melting  points,  gold,  51,  286. 

palladium,  52,  54,  55,  286. 

platinum,  56. 

refractory  materials.  267. 

tungsten,  57,  392. 
Melting  point  standardization,  61. 

Mendbnhall,  C    E.  :  Fundamental  Laws  of  PyromBlry,  63. 
Teaching  Pyrometry  in  Technical  Schools,  678. 
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Mercurial  thermamet«T8,  225. 

emergent  Btem  error,  229. 

error  in,  232. 

iadiutriftl  type,  228. 

inert  gaa  id,  232. 

stem  correction,  data,  231. 

testing  of,  237. 
Metal*  for  Pj/romrter  Standardiailitm  (Waidneb  and  Bvrqesb),  61. 
MiLLEB,  A.  H.;  Pyrametry  and  SUd  Manvfacture,  567. 
Millikan'g  value,  unit  electric  charge,  73. 
Monocbromatic  screens,  206. 

Coming  red  glass,  296. 

effective  wave-length,  297. 

transmiaaion  of,  206. 
Morse  thermogage  or  pyrometer,  611,  627. 
Mueller,  E.  P.,  Waidnbb,  C.  W.,  and  Foote,  P.  D.:  SUtTtdard  Soak  of  Ten 

46. 
Multiple  point  recordera,  420. 

Nbwcohb,  R.  W.:  Pj/rometer  Porcelains  and  RefraeloTiet,  251. 

DisciifUms:  on  Recording  TherToocouple  Pyrottielert,  405, 
on  Applicalion  of  Pyrometry  to  ManvSaeture  o/Gas-maik  Carbon,  667. 
on  High-temperaiMre  Control,  449; 
on  Recording  Pyromttry,  433; 
Nickel-chromium  steel,  595. 
Nitrogen  scale:  correction  to  constant  pressure,  66. 

correction  to  constant  volume,  65. 
Non-black  bodies,  304,  367. 
conditions,  335,  348. 
temperature  of,  30^. 
Non-ferrous  foundry,  pyrometer  in,  360. 
NoBTRRUP,  E.  F:  Tin:  An  Ideal  Pyromelrie  Subttanee,  464. 
DiacuMums:  on  Recent  Improwmenta  in  Pyrometry,  205; 
on  Optical  and  Radiation  Pyrometry,  349. 
Nortbrup  pyrovolter,  89. 

Open  hearth,  temperature  in,  578. 

Optical    and    Radiatum    Pyrometry    (Foote    and    Fairchild),    324;     Ditauaion: 
(Nortbrup),    349;    (BtmoBSB),    350;    (WoRTHiNa),    350;    (Foote),     351; 
(Harvxt),  351. 
(^tical  glass,  pyrometer  in  manufacture  of,  491,  495,  606,  509. 
Optical  pyrometer  (see  also  pyrometers),  677. 

as  photometer,  360. 

basis  of,  70,  326. 

calibration  of,  300,  324,  334,  503. 

Fery,  366. 

field  of  view,  333,  364. 

theory  of,  291. 
QWENB.  F.  T. :  £>MCUMWin  on  Applioation  of  Pyrometry  to  the  Ceramic  Industrist,  519. 
OwBNB  revolving  pot,  488. 


52,  .H,  56,  286. 
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PiNCK,  F.  K.:  PyromHry  in  the  Manvfaeiure  of  CUtg  Waret,  513. 

Planck.  69,  285. 

PtftDck's  constant,  63,  73. 

Fifltinum,  melting  point,  66. 

PUktinum-platinum-Thodium  thennocouples:  167,  Iftl,  264,  267,  262. 

Polarization,  disappearing-filament  pyrometer,  319. 

Poretlain  for  Pyrometric  Fwpota  (Riddlb),  240, 

Porcelain  protecting  tubes:  manutacture  of,  244. 

Marquardt,  241,  255. 

primary,  251. 

seooodary,  252. 
Porous-plug  experiment,  41,  44. 
Portable  potentiometer,  S8,  142. 
Portable  test  sets,  82. 

PoHTBB,  H.  F.:  Sdf-cheeking  Gaivanometer  Pyrometer,  149;  DiKoaeion,  153. 
Poaition  rotating  sector,  319. 
Potentiometer:  deflection,  90,  91,  144,  148,  301. 

double,  145. 

portable,  88,  142. 

precision,  142. 

split  circuit,  403. 

standard  cells,  methods  to  avoid,  140. 

recording,  404. 

thermocouple  woA,  137. 

White,  144. 

Wult,  144. 
PolenHomeleTg  for  Thermoeiemtnt  Work  (WhiU),  137;  DtMUMion:  (Harrison),  147; 

(Adams),  147;  (Fobstthe),  148. 
Preaent  Staim  of  Radiation  CojutanU  iCodlentz},  72. 
Pressure,  gas,  64. 
Protecting  tubes;  alundum,  256. 

carborundum,  241,  263,  262. 

for  thermocouples,  124,  192,  258. 

Japan,  256. 

nichrome,  358. 

pyrometer,  255,  262. 

quartz,  251,  258. 

qualities  of,  258. 

rate  of  heating.  271. 

Silfrax,  256. 

Usalite,  256. 

Woroeater,  256. 
Protecting  Tubes  for  TherntocoupUe  (Lincoln),  258. 
Peeudo-e missive  powers,  397. 

PuRDT,  R.  C. :  DUemaione:  on  A}ipliealion  of  Pyromelry  to  the  Ceramic  Industrie*, 
620; 
on  Melting  PoiiU  of  Refractory  Material*,  282, 
Pyod  thermocouple,  78. 
Pyrometer  (see  also  optical  pyrometer,  radiation  pyrometer): 

basis  of  calibration,  325. 

Committee  on,  3,  5. 

disappearing-filament  type,  291,  319,  324,  352. 

expansiAn,  189. 
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Pyrometer  (continued),  Pery:  374. 
optical,  326. 
radiation,  346. 
SUmeDts;  302. 

constancy  of,  303. 
diffraction  around,  306. 
'  t«8t  of  difTraction  oraund,  31S. 
time  of  healing,  303. 
tungsten  vb.  carbon,  303. 
Foote  A  fisher,  331. 
Foater,  344. 
galvanometer,  149. 
improvements,  recent,  18S. 
in  varioiu  induatriee:  aee  pyrometera. 
LeChatelier,  292. 
precautions,  working,  292. 
protecting  tubes,  256,  262. 
recording,  406. 

samples  for  sta'nduiiiEation  of,  62. 
Scimatco,  330 
signaling,  200. 
Wanner,  328. 
Pyrometer  Poreelaint  and  Refmetorie*  (Newcoub),  2£I;  Ditcutiion:  (Ashman),  263; 

(Hobbxrd),  254. 
Pyromeler  ProUetion  Tubea   (Harvby),  255;  Diacassum:   (Ridplb),  257;  (AlTTBoa), 

257;  {Fohbythk},  257;  (Sobman),  267. 
Pyromeler  Protection  Tubes  (Hutchinb),  262. 

Pyromeler  Shortcomingt  ia  Glatt-houte  Practiee  (Clark  and  Sfenceb],  509. 
Pyromclers  in  various  industries:  bottle-gloss  manufacturing,  482. 
optical,  487. 
radiation,  487. 
thermoelectric,  485. 
blost-fumace  work,  544. 
ceramic  industry,  616,  635. 
clay  ware  manufacturing,  513. 
glass  manufacturing,   130,  358,  475,  491,  495,  506. 
results  of  introduction,  501. 
shortcomings  of  pyrometer,  509. 
thermocouples,  491. 
Portland  cement  kilnn,  522. 
clinkering  Bone,  623. 
errors  in,  522. 
methods,  524. 

temperature  in  kilns  and  stacks,  531. 
Btcel  industry,  556,  607,  678. 
arbitrary  standard,  569. 
calibration  and  checking,  575. 
forging  temperature,  570. 
beat  treatment,  358,  571. 
tapping,  679. 
thermocouples,  568,  571. 
tool  manufacture,  606. 
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Pyrometry    and    Steel    Manufacture    (Millbb),    567;    £>t«cus«i<m:  <Brown),    676; 

(Bbistol),  577- 
Pyrometry  Applied  to  Bottle-gla**  Manufaeture  (Fbink),  483. 
Pyrometry  as  Applied  to  Manvfaetwa  of  Optical  OloM  (Keutfel),  506. 
PyroTnetry  in  Blaal-furrtaee  Work  (Rotsthr  and  J.obbph),  544:  Diteuttion:  (Feild), 

558;  <Lravii-Lii),  560,  562;  {Acthohs),  562,  563. 
Pyrom^ry  in  the  Manvfaelare  of  Clay  Warea  (Pence),  613. 
Pyrometry  in  the  Maniifatiure  of  Optical  GloM  (Walcott),  4S1. 
Pyrometry  in  Rotary  Portland  Cement  Kiln*  ^Dana  and  Fairchild),  522. 
Pyrometry  in  Ae  Tool-manvfacturing  Ind^ut^y  (Emuonb),  610. 
l^rovoltmeter,  89,  140,  149. 

Quart!,  259. 

nith  platiaum  thermometer,  251,  264. 
Quartz  protecting  tubea,  261. 

Radiation  constants:  C|,  52,  63,  73,  286. 

present  status  of,  72. 

total  radiation,  72, 
Radiant  flux,  287. 
Radiation  engine,  68. 

preamire,  67. 
Radiation  pyromet«r,  324,  374. 

advantage  and  disadvantage  of,  348. 

calibration  of,  324. 

errors,  347,  377. 

Fery,  345. 

Foster,  344, 

Thwii«,  342, 
Radiation  selective,  393. 
Radiation  temperature,  43,  289,  374,  379. 

correctiona  to,  349. 
Range  control  board,  95. 
Rare-metal  thermocouples,  675. 
Recent   Improvemtnt»  in  Pyrometry    (Brown),    188;    Discuttion:  (Tillver),    203; 

(Abhhan),  204;  (Bubtol),  206;  (Northrup),  205;  (Zblenv),  206. 
Recording  potentiometers,  404. 

BeeonUng  Pyrometry  (FAiRcaii.D  and  Foots),  406;  Diecussion:  (Newcomb),  433. 
Recording  thermoelectric  pyrometeia,  199, 

tUeording  Thermocouple  Pyrometerg  (Bbhb),  400;  Discitsaion:   (Newcomb),  405, 
Recording  thermometers,  233. 
Red  glass.  Corning,  296. 

Reference  Standard  for  Baai'metal  Thermocouplen  (Bonn),  179. 
Refractory  tube  in  steel  bath,  6. 
Refractory  materials:  factors  affecting,  269. 

meaning  of  melting  point,  267,  282. 

melting  points,  267. 
Report  of  Pyrometer  CommiUee  of  National  Beeearch  Council  (Burobsb),  3;  Ditcussion: 

(Scott),  34;  (Fbild),  36;  (Buroebb),  36. 
Reports  of  subcommittees:  pyrometer  in  open-hearth  furnace:  First  report,  13. 

second  report,  20. 

third  report,  23. ' 

on  crucible  steel,  32. 


D.qit.zeaOvGoOt^lc 


696  INDEX 

Resistance  baa&-metal  therm ooouples,  108. 
Resisttmce  of  indicBiting  instrumenta,  79. 
Resietaoce  thennometen,   190,  460,  468. 

accuracy,  460. 

construotion  of  apirale,  4S2. 

industrial  uses,  45S. 

limitations,  462. 

m&teiial,  460. 
RMiUanee  ThermomOry  (Robinson),  4S0. 

ResUtanee  Thermometry  Jor  /ndutfnol  I/*b  (Fhby;,  468;  DUtAiMion:  tRotrsB),  482. 
Resistance  to  oxidation  of  thermocouples,  160. 
RiODLB,   F.   H.:  PoTceiain  for  PyromeMc  Fvrposea,   240. 
DUcuexion  on  Pyrometer  Protection  Tubet,  257. 
RoBBR're,  H.  S.[and  Williamson,  £.  D. ;  Tliermoeouple  ItuUdlation  in  AnneaKng 

Xatu  /or  Optieal  Glase,  406. 
Robinson,  F.  W.  :  Reeittanee  Thermometry,  460. 

RoosH,  G.  A. :  Diecutsiott  on  RemtUinee  Thermometry  for  Indiutriai  Ute,  4A2. 
Royal  Worcester  tubes,  256. 

RoYSTBB,  P,  H. ;  Z>ucu««ion  on  Pyrometry  in  BUut-fvmaee  Work,  562. 
RoTSTBR,  P.  H.  and  Joseph,  T.  L,  :  Pyrometry  in  Statl-fumaee  Work,  544;  Ditctaittm, 


Beimatco  pyrometer,  330. 

Scott,  H.;  Digcuetion  on  Report  of  Pyrometer  Committee,  34. 

ScoiT,  H.  and  Fbkkman,  J.  R.,  Jr.:  Use  of  Modified  Rotenhain  Fumate  for  Thermal 

Analysis,  214. 
Second  law  of  tliermodynainica,.  64. 
Sector  for  pyrometry,  303,  313. 
Sector,  position  of,  319. 
Seebeck  effect,  74 
Sfif-diecking    Qaixanameter    Pyrometer     (Porter),     149;    Di»)M«»ion:    (Footb    and 

Hasribon),  161;  (Author),  163. 
Seger  cones,  617. 
Semi-potentiometer  method,  88. 

Shackklpord,  B.  B,  :  Temperatures  of  Ineandeecent-lnmp  Filaments,  627. 
Shore  pyroaeope,  327, 
Shrinkage:  carbon  steel,  ti02. 

manganese  st«el,  604. 

nickel  chromium  steel,  696. 

steel,  692. 
Signaling  pyrometer,  200. 
Silfrax  tubes  and  sheaths,  260. 
SilUmanite  tubes,  243. 

Suau,  T.  S.,  Jr.  :  IHseutgion  on  Temperature  of  a  Burning  Cigar,  661. 
Si  lOH,  T.  S.,  Jr.  and  Kraybii.l,  H.  R.  ;  Temperature  of  a  Bwntng  Cinar,  64S. 
Slit-width  corrections,  66. 
Solar  radiation  temperature,  379. 
Some  Factors  Aget^ng  UsefxUnes»  of  Bate-metal  Thermoeoupke   (Kowxi.k«),    164; 

Discussion:   (Harbison),  164, 
Some  Thermal  Relalions  in  the  Treatment  of  SUel  (BRtrsB),  690. 
Sosu AN,  R.  B. :  Discasaion  on  Pyrometer  Protection  Tubes,  267. 
Spectral  emLnive  powers,  372,  361. 
Spectral  transipission  absorbing  screens,  313. 
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Spencer,  C.  D,  and  Ci^ibk,  W.  M.  :  Pyrometer  ShorieomingtinOlaet-hovaepTaetiee, 

509. 
Stond&nl  cells,  devices  to  &void,  140. 
Standard  fixed  points,  51. 
Stftndard  lamp,  c&libr&tion  of,  302. 
SloTutard  Scale  of  Temperature  (Waidner,   Muelleb  and  Foote),  46;  Ditevaaion: 

[GUIU.AIT1IB),  58;  (Adamb),  59;  (Hyde),  60;  (Foote),  60. 
Steel,  thermal  relation  in  treatment,  590. 
Steel  manufacture:  heat  generated  after  tempering,  590. 

beat  treatment,  358. 

pyrometer  in,  355,  567,  578. 
Stefan-Boltimann  Law,  43,  72,  285,  326,  450,  406. 
Sulfur  boiling  point,  49,  58. 
Symbols,  temperature,  289. 
Symposia,  previous,  5. 

Tablet  and  Curves  for  Uk  in  Meaturing  Temperalurei  with  ThermoeovpUt  (Adaus), 

IflS. 
Tapalog,  422. 

Tatu>r,  T.  S.  :  A  Hot-wire  Anemometer  with  Tliermoeoiiple,  221. 
Tatlebson,  £.  S.:  Diteuwiom:  on  TltermoeUetrie  Pyromelry,  133, 

on  SUdric,  Open^hearth  and  Bessemer  Steel  Temperatvre»,  589. 
Teaching  pyrometry:  reference  material,  text-book,  671. 
Teaching  PyrOTnetry  (Kowalke),  681. 

Teaching  Pyrometry  tn  Teehnical  School*  (Mbndenhall),  678. 
Teaching  PyroTnetry  in  Our  Technical  Schools  (Wendbll),  669. 
Teeming  temperature,  34,  356. 
Temperature  (Ames),  37. 
Temperature :  absolute,  40. 

annealing,  range,  476. 

apparent,  337. 

apparent,  corrections  to  true,  337,  339. 

brightne&.,  288,  304. 

color,  288,  304. 

concept  of,  37. 

condition  for  discussion,  38 

control  pyrometerii,  201. 

forging,  353,  570,  614,  623. 

high- temperature  scale,  285 

hydrogen  scale  of,  41,  46. 

international  scale  of,  45. 

Kelvin's  scale.  41,  63,  288. 

measurement  of  high,  368. 

radiation,  43,  243,  289. 

roUing,  570. 

scales  in  intervals:  -40°C  to  450<'C,  48. 
460°C  to  1100°C,  50. 
above  llOO-C,  51. 

teeming,  34,  356. 

theory  of,  44. 

true  temperature,  304,  337,  386. 

true  temperature,  black-body  relation,  287. 

true,  brightness,  color  temperature  relation,  289, 

two  bodies  at  same,  37.  ^->  , 
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Temperature  and:  manganese  conalant,  555. 
silicon  constant,  546. 
sulfur  constant,  546. 
Temperature  of:  basic  electric  furnace,  24,  30. 
burning  cigar,  645. 
.    cement,  365. 
cold  end  of  tbermocuuple,  1S4. 
electric  furnace,  578. 
glass  pot,  448,  502,  507. 
incandescent  lamp  filament,  627,  638. 
incandescent  gas  mantle,  632. 
manganese  steel,  588. 
nickel  ordinance  at«el,  580. 
non-black  bodies,  304. 
single  molecule,  45. 
slag  pot,  265. 

steel  in  open-hearth  furnace,  6,  17,  10,  20. 
method  of  measuring,  7. 
Drinker's  method,  7,  9. 
various  metals,  364. 
Temperature  of  a  Burning  Cigar  (SLianand  Kravbili.),  645;  DMCUSsion;  (White),  060; 

(Suob),  651. 
Tempcmlure  Meaaiiremenls  of  Ineawiencent  Gat  Man&rs  (Ives),  632. 
Temperature  recorders,  405. 
Beighlee,  413. 
Brown,  414. 
Hoskina,  417. 
industrial  types,  412. 
Leeds  and  Northrup,  428. 
record  chart,  408. 
roll  chart,  415. 
thread,  418. 
Thwing,  422. 
Wilson-Maeulen.  423. 
Temperalureg  of  Incande»eenl4amp  Filaments  (Shackelford),  627. 
Test  of  pyrometer:  different  laboratories,  311. 
experienced  observers,  310. 
inexperienced  observers,  309. 
Theory  and  A  ecuracy  in  OpHad  Pyromelru  with  Particular  Referencr  to  the  Dixappearing- 
filament  Type  (Fobsythe),  291;  DisciMsiow:  (F*ibohili>),  322:  (Author^. 
323. 
Thermal  equilibrium,  38. 
Thermocouple  lntl<dlulion  tii  Annealing  Kilns  for  Opfical  Glat»  (Wiluamiw.v  and 

RoBERis),  466. 
Thermocouple  pyrometers,  400. 
Thermocouples:  alloys  for,  181. 
annealing  of,  472. 
base-metal.  78,  181,  183,  191. 
calibration,  76,  147.  164,  617,  675. 

tables.  leS,  170. 
calorized  iron  constant  in,  163. 
care  of,  187. 
choice  of  wire,  466. 
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Thermocouples  (continued):  constancy,  166. 
contamination  of,  76, 
copper-constantan,  16S. 
depth  of  immeraion,  123. 
desirable  properties,  74. 
deviation  curves,  173, 
fixed  juQctioQ  correction,  174. 
formula  for,  SI. 
homogeneity  of,  156. 
Hosk  ins  couple,  171. 
installations,  112. 

cold-junction  burying,  113,  194,204. 

common  return,  113. 

commutating  switches,  119. 

contact  resistance,  112. 

for  annealing  kitns,  466. 

indicator,  location  of,  113^ 

junction   box   and  zone  box,  119. 

primary  protection,  251. 

secondary  protection,  251, 

Wilson- Maeulen  cone  box,  122. 

wiring  diagram,  114. 
insulation  of.  169,  194. 
irreproducibility  of  couples,  correction  for;  104, 

by  series  resistance,  105. 

by  shunt  resistance,  108, 

by  shunt  and  series  resistance,  100. 
life  of  platinum  thermocouples,  255,  257,  262. 
platinum-platinum-rhodium,  167,  191. 
protection  of,  77,  113,  255,  259,  263,  361. 
resistance  to  oxidation,  160,  167,  191. 
resistance  of  indicating  instruments,  79. 
reproducibility  of  couples,  111. 
tables  for  calibration,  168,  170. 
Thermodynamic  scale,  63. 

Tkermoelectrie    Pyrometry    (Foote,     Habrieon    and    FalSCatLn),    74;     Diacutnoa: 
[TsTnrfo),    128;    (Ashuan),    128;    (Wilson),    129;    (Littleton),    130; 
(TAYLBiutaN),  133;  (Authors),  134;  (Whiti:),  136;  (Harbison),  136. 
Thermometers,  39. 

fixed  points,  50,  51,  167. 

gas,  189. 

high-temperature  mercurial,  225. 

liquids  in,  234. 

pressure,  234. 

accuracy  of,  236. 

principle  of,  235. 
quartz  with  platinum,  251,  254. 
recording,  233. 
reaiatance,   190,  250,  258,  489. 

accuracy  of,  459, 

materials,  460. 
Thermoelectric  power,  167. 
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defiecUoD  potentiometer,  90. 

galvanometer,  70. 

Harrison-Foote,  84. 

potentiometer,  88. 

pyrovolter,  89. 

recording,  169. 

Bemi-potentiometer,  88. 
Thermt^age,  613. 

Thermos  bottle  for  cold  junction,  185,  205. 
Theory  of  optical  pyrometer,  291. 
ThomsoD  effect,  74. 
Thwino,  C.  B.:  ApplicaHon  of  Pyrometry  ia  the  Ceramie  7ndu*tH«f,  516. 

Disaunon  on  ThermoeUctrie  Pyrometry,  128. 
Thwing  radiation  pyrometer,  342. 

TiLLTBR,  B.  D.:  Discutsion  on  Recent  ImprovanenU  in  Pyrometry,  203. 
Tin:  An  Ideal  Pyrometric  Substance  (Northbup),  464;  Dieeu»»ion:  (FooTK),  409 . 
Tool,  A.  Q.  and  Valasek,  J. :  Annealing  of  GlasM,  475. 
Tool  manufacture,  pyrometer  in,  606. 
Total  emissive  power,  371,373 
Total  radiation  constant,  72. 
Transformation  point  recorders,  430. 
Transformation  temperature  of  glasses,  478. 
Tranamiasion  absorbing  screens:  Corning  red  glass,  296. 
constancy  of,  296. 
change  in,  299. 
spectral,  313. 
total,  314. 

effect  temperature  change,  316. 
Tungsten:  emisBivity  of,  390. 

melting  point  of,  57,  392. 

va.  carbon  pyrometer  filament,  303. 

Unoes,  J.  S. :  Diicuigion  on  Melting  Point  of  R^raetory  Materv:d»,  282. 
Umpivotal  instruments,  79. 
Usalite  tubes,  256. 

V»e  of  Modified  Soeenhain  Furnace  for  Thermal  Analysit  (Soott  and  Freemak),  214. 
Use  of  Optical  Pyrometers  for  Control  of  OpUeal-glats  Fwnacet  (Fbkner,)  495;  Dmcim- 
eum:  (Author),  505. 

Valasek,  J.  and  Tooi.,  A.  Q.:  Anneahnt  ofQlaea,  475. 
Value  of:  c,  62,  53,  73,  286. 

"e",  73. 
Van  Horn,  1.  H.:  Application  of  Pyrometry  to  Problems  of  Lamp  Deaifpt  and  Per- 
formance, 638. 

Waidkeb,  C.  W.  and  Burqess,  G.  K.;  MetaU  for  Pyrometer  Standarditation,  61, 
Waidner,  C.  W.,  Mttelleb,  E.  F.  and  Foote,  P,  D.:  Standard  Scale  of  Tetnpemtvre, 

46. 
WaiiCott,  a.  J.;  Pyrometry  *n  the  Manufacture  of  OptiaU  OUus,  491. 
Wanner  pyrometer,  328. 
Wave-length,  effective,  54,  297,  304,  389. 
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Wedge  method  for  blade  body,  3S5. 

Wedgewood  pyrometer,  517. 

Wendell,  G,  V.:  Teaching  Pyrometry  in  Our  Technical  Schools,  669. 

Wheatfitone  bridge-^;old  junotio a  compensation,  103. 

White,  W.  P.:  PoteTUiomelers  for  Thermoelement  Work,  137. 

EHsciuiume:  on  ThennoelectTic  Pyrometry,  135. 
on  Temperature  of  a  Burning  Cigar,  650. 
Wien'slaw:  44,68. 

accuracy  of,  293. 
WiLHBUi,  R.  M.I  High-temperature  Thermomeien,  225;  Ditcustion,  239. 
Williamson,  E.  D.  :  Diacusgion  on  Annealing  of  Ghee,  482. 
Williamson,  E.  D.  and  Robgrtb,  H.  S.:  Thermoeouple  /ngfoUofion  in  Annealing 

Kilns  for  Optiad  Glass,  466. 
Wilson,  C.  H.:  DiscMsion  on  ThermoeleetriG  Pyrometry,  129. 
Window,  transmission  corrections  for,  340. 
WoRTBiNO,  A.  G. :  Bmiaaive  Powert  and  Temperalwea  of  Non-bUKk  Bodies,  367. 

EHscussions:  on  Optical  aTtd  RadiaHon  Pyrometry,  350; 

on  AppltcaUon  (ff  Pyrometry  to  Problems  of  Lafnp  Design  and  Per/or 
WuNBca,  F.;  AutomatK  Compensation  for  Cold-juneHon  Temperatures    i 
couple  Pyrometers,  206. 

Zeleny,  a.:  Di9cu«aion  on  Recent  Improvements  in  Pyrometry,  205. 
Zero,  absolute,  40,  66. 
Zlroooium  oxide  tubes,  250. 
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THE  BROWN  INSTRUMENT  CO. 


PHILADELPHIA,  PA. 


ere  of  Pyrometers,  Thermometers,  Tacbometere,  Recording  Gauges,  Time 
and  OpcTatipn  Becordera  and  Other  Scientific  Instnimeuia 


BROWN  PYROMETERS 

I     The  Brown  Thermo-Electric  Pyrometer  is  designed  for 

Indicating  or  Recording  temperatures  from  SOOT,  to 

3000°F.,  or  equivalent  Centigrade.     It  consists  of  a 

millivoltmeter,  with  scale  graduated  in  Fahrenheit  or 

I     Centigrade  degrees  and  a  Therm o-Couple,  suitably 

protected,  inserted  in  the  heat  and  wired  to  the 

iDce        instrument.     The    Thermo-Couple    formed    of    two 

unite  of  different  allpys,  joined  at  the  end  and  in- 

aert«d  in  the  heat,  generates  a  small  current  of  electricity 

dependent  on  the  heat,  and  this  is  indicated  or  recorded  by 

the  instrument. 

For  temperatures  below  300°F.,  Brown  Resistance  ■Ther- 
mometers are  recommended.  For  temperatures  above 
3000°F.  the  Brown  Radiation  Pyrometer  ia  extensively  used. 

IBROWN  RECORDING  PTROMETERS 
Make  a  permanent  record  of  temperatures.  Positive  in 
action,  sturdy  in  conBtruction,  accurate  and  with  clear 
readi:^.  The  circular  type  gives  a  24-hour  record.  The 
continuous  types  give  an  unbroken  record  over  a  period  of 
approximately  two  months,  and  make  from  1  to  10  records 

Brown  Pyrometers  are  also  made  to  regulat«  or  control 

automatically  the  temperatures  of  electric,  gas  or  oil 
furnaces. 
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BROWN  LONG  DISTANCE  INDICATING  — 

AND  KECORDIRG  THERUOHETERS 
Brown  Recording  Thermometers  have  a  bulb  of 
copper,  usually  about  10  inches  long,  connected  by  a 
capillary  tube  to  a  helical  expanaive  tube  in  a  record- 
ing gauge.  The  bulb  is  filled  with  nitrogen  gas  under 
pressure  for  high  ranges  to  lOOOT.  and  with  alcohol 
for  ranges  below  2O0''F.  In  accordance  with  the  law 
of  expansion  of  gases,  the  gas  expands  at  a  uniform 
ratio  with  increase  in  temperatures.  This  means  an 
evenly  divided  scale  throughout  the  rai^e  of  the 
instrument. 

Brown  Long  Distance  Recording  Thermometers  mav 
have  tubing  as  long  as  100  feet  if  required.  This 
tubing   is   protected   by   a   flexible   bronze   armored  „ 

tubir^  which  can  bo  atepped  on  without  injurj-  and  "•  ^^rS^Ita"*"" 

serves  as  a  perfect  protection  to  the  inside  tube. 
Bulbs  are  supplied  to  meet  every  requirement. 
Also  made  in  continous  recording  type. 

BROWN  RECORDING  PRESSURE  GAUGES 
For  recording  all  ranges  of  vacuum  and  pressure  from 
a  few  ounces  of  water  to  5000  pounds,   Brown  Re- 
cording Pressure  Gauges  are  guaranteed  completely 
as  to  dependability  and  accuracy. 
Also  made  in  a  recording  type. 

BROWN  TIUE  AND  OPERATION  RECORDERS 
Extensively  used  for  recording  the  time  of  operation  of 
machinery,  switches,  valves,  pumps,  and  tor  recording 

the  reversals  of  glass  melting  tanks,  open  hearth  turn-  j^g  Bcowd  Loo»  Digoiiu* 

aces  and  annealing  furnaces,  also  for  recording  the  Rscoidinf  TheimDmeter 

time  ot  starting  and  stopping  of  paper  machines  and 
other  devices. 

BROWN  TACHOMETERS 
Indicating  and  Recording  types  for  measurii^  and  count- 
ii^    revolutions   per   minute.     The   Electric    type   records 
machine  operations  hundreds  of  feet  away.     Tlie  Mercurial 
types  operate  by  the  unvarying  law  of  centriFugat  force. 

OTHER  SCIENTIFIC  INSTRUMENTS 

Resistance  Thermometers,  Thermometers  of  the  Mercurial 

type,    Draft   and   Vacuum   Gaufces   are   among   the   other 

scientific  instruments  produced  in  the  Brown  Laboratory,         The  Brown  Recordlni 

Wayne  Junction,   Philadelphia,  where  visitors  are  always  PreBBure  Game 

moat  welcome. 
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Brown  Bl*clric  Tachometer 
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ENGELHARD 

The  Original 

Z^l  Chatelier  Pyrometers 

WHY  ENGELHARI 
PYROMETERS   Excel 
Service : 

For  twenty-five  yeare  we  have  spec 
in    Rare     Metal     Pyrometer    equij 
Engelhard  Pyrometen  have,  during 
that  time,  lead  all  others  in  accuracy 
stancy,  practicability  and  general  de| 
bility.     This  superiority  is  due  to  the 
care  taken  in  refining,  alloying  and  . 
facturing   Engelhard  Therm o-elem em 
ample  fkotor  of  safety  allowed  in  tl 
and   length   of|the   Therm o-el erne nt 
the  grade  and  types  of  protecting 
tubes  used,  the  accuracy  and  un- 
usual durability  of  our  indicators 
and  recorders. 

We  have  developed  our  Imper- 
vite  Pyrometer  Tubes'  to  a  point 
where  it  can  be  safely  said,  they 
have  no  equal. 


Our  New  Model  Indicators  and 
Recorden  represent  a  great  stride 
forward  in  the  art  of  instrument  man- 
ufacture, through  the  elimination  of 
all  wear  and  friction,  combined  at  the 
same  time  with  greater  mechanical 
strength  and  stability. 

Because  we  are  not  dependent  on 
outside  sources  for  any  of  these,  we 
are  in  position  to  supply  promptly, 
asd  at  the  lowest  possible  price,  con- 
sistent with  high  quality.  Pyrometer 
equipment  des^ned  and  coustructed 
for  your  own  individual  conditions, 
thus  assuring  greatest  service  and 
prectieability. 
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We  KUArantee  intercluiiigeability  and  calibration  of  Englehard  Pyrometers 
within  lioi  1%.  A«  to  the  aervice  they  give,  let  ua  refer  you  to  some  of  those 
who  have  used  tbem  for  upwards  of  ten  years. 

The  exceptional  service  given  by  Engelhard  PyrometerB,  is  not  atone  due 
to  a  superiority  of  the  parts  entering  into  them,  but  in  the  selection  of  those 
parts  that  will  best  meet  the  needs  of  the  user.  A  Pyrometer  installation,  be 
it  for  one  furnace  or  for  many,  should  be  made  exactly  suitable  for  the  partic- 
tdar  conditions  under  which  it  is  to  be  used.  A  Protecting  Tube  that  would 
be  the  best  for  a  Cyanide  Bath,  would  not  be  beat  for  a  galvanidnH;  pot;  nor 
would  one  that  should  be  used  in  a  Brick  Kiln  be  suitable  for  a  High  Speed 
Steel  Furnace.  We  offer  the  services  of  our  engineers  in  making  the  proper 
selection,  in  specifying  the  right  inatrumentg,  and  in  designing  and  layit^  out 
complete  installations. 

Our  facilities  for  supplying  complete  Pyrometer  installations  suitable  for 
the  individual  needs  of  the  user,  the  individual  attention  given  each  problem, 
as  weU  as  the  constant  service  we  give  to  those  who  install  our  equipment. 
taken  into  consideration  with  the  superiority  of  Engelhard  Pyrometers,  should 
influence  those  who  might  otherwise  be  attracted  oy  a  lower  price,  to  equip 
their  plant  with  instruments  in  which  confidence  can  be  placed. 

CHARLES  ENGELHARD 

30  Church  St. 

Hudson  Termina]  BuildlnK  NEW  YORK 
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LEEDS  &  NORTHRUP  PYROMETERS 

THE  POTENTIOMETER  SYSTEM 
OF  PYROMETRY  uses  a  balance  method, 
no  current  flowing  through  the  thermo- 
couple or  leads  at  the  moment  of  meas- 
urement, thuR  eliminating  effects  of  length 
and  leads,  thermocouple  resistance  and 
galvanometer  resistance, 

THIS  peimits  the  use  ot  base  met*l 
thermocouples  and  of  leads  oT  the  same 
materials  as  the  thermocouples,  thus  bring- 
ing the  cold  junction  back  to  the  p6tentio- 
meter,  where  its  effects  are  compensated  for 
.  automatically, 

POTENTIOMETER  INDICATORS  are 
balanced  by  hand  and  Potentiometer 
Recorders  are  balanced  automatically  by 
external  power,  the  galvanometer  acting  merely  as  a  current  detector.  The 
recorder  may  be  of  the  single-point  curve-draw  inn  ly|>e  or  of  the  multiple- 
point  printing  type  for  any  number  of  thermocouples  up  t-o  16. 

THE  CURVE-DRAWING  RECORDER  is  frequently  used  to  control 
signal  lamps  and  an  indicator  at  the  furnace,  showing  when  and  by  how 
many  degrees  the  temperature  has  departed  from  the  desired  temperature. 
This  instrument  is  also  arranged  to  regulate  the  temperature  automatically 
by  controUi:^  valves,  rheostats,  etc. 

THE  LEEDS  &  NORTHRUP  TRANSFORMATION  POINT  AP- 
PARATUS determines  the  correct  temperatures  for  working,  hardening, 
quenching,  annealing,  etc.,  by  locating  the  transformation  or  critical 
point.  A  differential  thermocouple  is  used  for  detecting  the  transformation 
point,  and  the  potentiometer  method  for  measuring  the  temperature  at 
which  the  transfonnation  occurs.  The  instrument  produces  a  diagram 
upon  which  the  poiDle  are  indicated  in  a  pronounced  and  unmistakable 
manner. 

TEMPERATURES  ot  in- 
candescent or  glowing  bodies 
are  read  with  great  accuracy 
by  inexperienced  operators  us- 
ing the  LEEDS  &  NORTH- 
RUP OPTICAL  PYROM- 
ETER. The  hot  body  is 
viewed  through  a  small  tele- 
scope in  whicn  the  filament  ol 
tungsten  lamp  ie  seen  against 
ground  formed  by  the  hot  object.  The 
current  through  the  lamp  is  regulatoi  ' 
until  the  filament  merges  with  this  back-  OpUcl  Pytomtter 

ground,  and  the  temperature  is  then  determined  directly  from  the  reading 
of  a  milliammeter.  A  large  surface  to  sight  "pon  is  not  required  and 
distance  from  the  hot  object  does  not  matter.  The  ability  to  match  colors, 
and  color  blindness  have  no  effect  upon  the  reading,  and  different  obMrvera 
agree  within  3°0. 

THE    LEEDS    &    NORTHRUP    COMPANY 

Makers  o(  Electric  Meuurinc  InitrumenU.  inoludiiiE  ladicBting  mnd  Recordim 

Thormocouplfl  and  ReeijUiice  Pyfometeri,  Condenwra,  GiTvanonieie™, 

WbcsUtone  Brides,  TsBtios  8eu.  etc. 

4920  STENTON  AVENUE  PHILADELPHIA,  PEP«N. 
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MONOPrVOT 

Pyrometer  Indicator 

Scale  7'  long 
Calibrated  for  base  or  rare 
metal  couples  or  double 
raDge  for  use  with  both. 
The  monopivot  construc- 
tion permits  very  high  re- 
sistance windings  without 
any  sacrifice  of  robustness, 
giving  sensitivity  without 
delicacy. 

The  fume-proof,  diist-pioof 
switch  is  a  modern  essen- 
tial. 

WILSON-MAEULEN  COMPANY 

381  Concord  Ave.,  New  York 

Makers  of  Pyrometers — Specializing  on  High  Grade, 
Precision  Apparatus  only, 

Complete  Catalog  will  be  sent  on  request. 


The  TAPALOG 

A  very  high  resistance 
Pyrometer  Recorder,  with 
automatic  commutator, 
taking  up  to  six  records 
in  six  colors  on  one  record 
sheet.  Usable  with  base 
or  rare  metal  thermo- 
couples. 
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